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FOREWORD 


The  determination  of  the  thermal  and  physical  properties  of  materials  and  the  development  of 
methods  of  making  such  determinations  are  continuing  responsibilities  of  the  National  Bureau  of 
Standards.     The  Bureau  carries  out  these  responsibilities  through  its  own  research  program,  by  pro- 
viding services  that  support  and  stimulate  research  in  other  laboratories,  and  by  encouraging  and 
promoting  the  dissemination  of  relevant  information. 

To  provide  a  forum  for  exchange  of  information  and  ideas  among  specialists  in  the  field  of  heat 
conduction,  the  Bureau  sponsored  the  "Seventh  Conference  on  Thermal  Conductivity",  held  November  13 
16,   1967  in  the  new  NBS  Laboratories  at  Gaithersburg,  Maryland.     Over  180  scientists  and  engineers, 
representing  industry,  government,  and  university  laboratories  in  the  United  States  and  ten  other 
countries,  participated. 

This  volume  contains  the  text  or  abstracts  of  the  ninety  papers  contributed  at  this  Conference. 

A.  V.  ASTIN,  DIRECTOR 
NATIONAL  BUREAU  OF  STANDARDS 
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Abstract 

The  Seventh  Conference  on  Thermal  Conductivity  was  held  at  the  National  Bureau  of 
Standards  on  November  13  -  16,   1967.     This  volume  contains  the  texts  of  the  papers 
presented.     Topics  covered  include  surveys  of  the  present  state  of  knowledge  regarding  the 
thermal  conductivity  of  different  materials,  descriptions  of  different  apparatuses  for 
measuring  thermal  conductivity,  new  experimental  data  on  the  thermal  conductivity  or 
diffusivity  of  a  variety  of  materials,  and  correlations  between  experimental  results  and 
theoretical  predictions. 

Key  Words:     Conductance,  conductivity,  contact  conductance,  contact  resistance, 
electrical  conductivity,  electrical  resistivity,  heat  transfer, 
Lorenz  function,  resistivity,  temperature,  thermal  conductivity, 
thermal  diffusivity,  thermal  resistivity,  thermophysical  properties. 
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Preface 

This  conference  was  the  seventh  in  a  series  of  annual  conferences  which  began  in  1961.     The  first 
conference  stemmed  from  an  informal  discussion  of  thermal  conductivity    measurement  methods  by  Messrs. 
D.  L.  McElroy,  Oak  Ridge  National  Laboratory,  C.  F.  Lucks  and  H.  W.   Deem,  Battelle  Memorial  Institute, 
D.  R.  Flynn,  National  Bureau  of  Standards,  and  A.  I.  Dahl,  General  Electrical  Company,  while  attending 
the  Sjmiposium  on  Temperature,  Its  Measurement  and  Control  in  Science  and  Industry,   in  Columbus,  Ohio. 
This  group  believed  it  would  be  very  worthwhile  to  expand  the  exchange  of  ideas  and  experiences  to  an 
informal  conference  on  thermal  conductivity  measurement  methods  applicable  to  solid  materials  at  ele- 
vated temperatures.     Battelle  Memorial  Institute  agreed  to  develop  and  sponsor  such  a  conference. 
During  the  first  conference,  which  was  held  in  October,  1961,  M.  J.  Laubitz  of  the  National  Research 
Council  of  Canada  agreed  to  sponsor  a  second  conference  the  following  year.     Each  subsequent  year  a 
different  laboratory  has  volunteered  to  host  the  next  conference.     The  sponsor  and  time  of  each  of 
these  conferences  are  listed  below: 


Sponsoring  Organization 

Chairman 

Date 

Battelle  Memorial  Institute 

C. 

F. 

Lucks 

October , 

1961 

National  Research  Council  (Canada) 

M. 

J. 

Laubitz 

October , 

1962 

Oak  Ridge  National  Laboratory 

D. 

L. 

McElroy 

October , 

1963 

U.S.  Naval  Radiological  Defense  Laboratopy 

R. 

L. 

Rudkin 

October , 

1964 

University  of  Denver 

J. 

D. 

Plunkett 

October , 

1965 

Air  Force  Materials  Laboratory 

M. 

L. 

Minges  and  G.  L 

Denman 

October , 

1966 

National  Bureau  of  Standards 

D. 

R. 

Flynn  and  B.  A. 

Peavy 

November 

1967 

The  keen  interest  in  and  active  enthusiasm  for  these  conferences  is  evidenced  by  the  fact  that  they 
have  grown  larger  in  attendance  and  scope,  and  moreover,  have  beeii  self-perpetuating  in  that  there  has 
been  no  single  sponsoring  organization  or  society  pressing  for  their  continuance. 

The  first  six  thermal  conductivity  conferences  were  informal  in  the  sense  that  the  proceedings  of 
these  conferences  were  not  formally  published.     A  limited  number  of  copies  of  the  proceedings  were 
printed  for  distribution  to  active  workers  in  the  field.     These  previous  proceedings  were  not  supposed 
to  be  referenced  in  the  open  literature.     The  informal  proceedings  of  these  first  six  conferences 
contained  approximately  200  technical  papers  plus  a  number  of  shorter  progress  reports;  these  proceed- 
ings occupy  over  1  foot  of  shelf  space  and  weigh  almost  28  pounds.    Many  of  the  papers  in  these 
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proceedings  have  never  been  published  formally.     These  considerations  led  us  to  the  conclusion  that  a 
great  deal  of  valuable  information  was  not  reaching  the  open  literature  and  led  us  to  the  decision  that 
the  proceedings  of  the  Seventh  Conference  on  Thermal  Conductivity  would  be  published  formally. 

The  Eighth  Conference  on  Thermal  Conductivity  will  be  held  in  October,  1968,  under  the  sponsorship 
of  the  Thermophysical  Properties  Research  Center  and  the  chairmanship  of  C,  Y.  Ho  and  R.  E.  Taylor. 

DANIEL  R.  FLYNN 
BRADLEY  A.  PEAVY,  JR. 

April  1,  1968 
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Introduction 


The  last  two  decades  have  witnessed  a  very  large  growth  in  the  amount  of  activity  in  the  various 
fields  of  thermophysica 1  property  measurement.     Thermal  conductivity  is  no  exception.  Engineering 
data  on  thermal  conductivity  are  needed  for  a  wide  variety  of  heat  transfer  applications  in  such  diverse 
industries  as  nuclear,  aerospace,  housing,  cryogenics,  electronics,  and  food  processing.     Since  the 
thermal  conductivity  of  many  materials  is  extremely  sensitive  to  trace  impurities  or  small  imperfec- 
tions, the  measurement  of  thermal  conductivity  has  also  become  a  useful  tool  for  the  study  of  other 
properties  of  matter. 

This  book  represents  the  formal  proceedings  of  the  Seventh  Conference  on  Thermal  Conductivity, 
which  was  held  at  the  new  site  of  the  National  Bureau  of  Standards  in  Gaithersburg ,  Maryland,  from 
November  13  through  November  16,  1967. 

This  Conference  brought  together  over    180  leading  authorities,  both  from  the  United  States  and 
abroad,  in  the  fields  which  are  concerned  with  conductive  heat  transport  in  solids,   liquids,  gases, 
and  phase  mixtures.     In  this  book  are  included  the  text  or  abstract  of  nearly  all  of  the  papers  which 
were  orally  presented  at  the  conference.     In  addition,  a  few  papers  are  included  which  were  no.t  pre- 
sented orally  because  of  travel  problems. 

We  thank  the  session  chairmen  for  an  excellent  job  of  conducting  their  sessions  and  for  their 
assistance  in  reviewing  and  editing  the  manuscripts.     Particular  thanks  go  to  W.  L.  Carroll  for  his 
able  assistance  in  handling  much  of  the  pre-conf erence  arrangements  and  correspondence  and  in  editing 
the  manuscripts.     The  NBS  Office  of  Technical  Information  and  Publications,  under  the  direction  of 
W.  R.  Tilley,  gave  invaluable  assistance  in  different  areas  ranging  from  the  excellent  handling  of  the 
logistics  of  the  Conference  by  R.  T.  Cook,  G.  T.  Leighty,  and  coworkers  to  the  final  publication  of 
this  book  under  the  direction  of  J.  E.  Carpenter  and  his  coworkers. 

DANIEL  R.  FLYNN 
BRADLEY  A,  PEAVY,  JR. 

April  1,  1968 
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The  program  of  the  Thermophysical  Properties  Research  Center 
has  since  its  inception  included  the  extraction,  evaluation,  and 
publication  of  all  thermal  conductivity  data  that  have  been  combed 
from  a  major  portion  of  the  world  literature.     The  values  so  de- 
rived for  many  metallic  elements  have  now  been  critically  assessed. 
Some  examples  are  presented  which  indicate  the  problems  involved 
in  arriving  at  probable  thermal  conductivity  values  from  the 
limited  information.     Much  more  work  is  still  required,   and  the 
elements  and  temperature  ranges  are  clearly  indicated  for  which 
the  investigation  shows  the  need  for  additional  measurements,  in- 
deed for  19  metals  a  first  measurement  has  yet  to  be  reported. 
The  provisional  recommendations  are  presented  as  logarithmic 
plots  of  thermal  conductivity  against  temperature. 


Key  Words:     Conductivity,   critical  evaluation,  elements, 
heat  conductivity,   liquid  metals,  metallic  elements,  metals, 
most  probable  values,  provisional  recommendations,  solids, 
state  of  knowledge,   thermal  conductivity. 


2 

Introduction 


In  many  fields  of  scientific  investigation  information  centers  have  been  estab- 
lished and  at  these  centers  groups  of  workers  are  engaged  in  combing  and  storing  the 
ever-increasing  output  of  literature  relating  to  certain  specified  topics  so  that 
others  may  readily  receive  answers  to  relevant  aspects  of  their  current  problems  with- 
out making  costly  independent  searches.     The  Thermophysical  Properties  Research  Center 
(TPRC)  was  one  of  the  earliest  of  such  centers,  and,   for  rather  more  than  a  decade, 
thermal  conductivity,   the  property  that  forms  the  subject  of  this  Conference,  has  been 
one  of  several  properties  investigated  by  that  Center. 

A  more  recent  development  has  been  the  v/ork  promoted  by  the  National  Standard 
Reference  Data  System  which  seeks  to  make  readily  available  the  quantitative  data  of 
physical  science  after  it  has  been  critically  evaluated.     The  National  Bureau  of 
Standards  has  the  responsibility  for  administering  this  effort,  and,  on  their  behalf, 
the  TPRC  is  endeavouring  to  assess  critically  the  available  data  for  the  thermal  con- 
ductivity of  certain  substances.     Not  only  does  the  progress  of  this  work  relate 
closely  to  the  programme  of  this  Conference,  but  there  is  a  more  important  reason  why 
the  authors  welcome  this  opportunity  to  present  these  papers  at  this  time.     They  seek 
your  help  and  that  of  others  who  will  read  these  Proceedings.     This  help  may  be  of  the 
immediate  or  short-term  type  that  could  lend  support  to  a  tentative  suggested  value, 
or,  what  is  more  important,   could  disagree  with  it  so  convincingly  as  to  lead  to  re- 
vision and  a  more  satisfactory  final  set  of  data.     Maybe  relevant  information  has  been 
overlooked  or  new  values  are  known  to  be  in  course  of  publication.     Or  the  help  may  be 
long  term.     TPRC  would  like  to  receive  reprints  of  subsequent  publications  in  this 
field. 


'Senior  Researcher  and  Head  of  Reference  Data  Tables  Division,  respectively. 

'Much  of  this  Introduction  also  applies  to  the  accompanying  paper  by  C.  Y.  Ho 
and  R.  W.  Powell  and  to  that  of  P.  E.,  Liley. 


The  following  outlines  the  position  reached  at  the  time  of  writing.     The  report 
[l]   for  the  first  years'  work  dealt  with  the  thermal  conductivity  of  the  metallic 
elements,   aluminum,   copper,  gold,   iron   (also  Armco  iron) ,  mercury,  platinum,  silver 
and  tungsten,   the  oxides  of  aluminum,  beryllium,  magnesium,   silicon,   thorium  and 
titanium,   two  alloys,  diamond,  two  glasses,   liquid  and  gaseous  argon,  helium, nitrogen, 
carbon  tetrachloride,   toluene,   diphenyl  and  water  and  of  two  other  liquids.     The  report 
for  the  second  year  [2]  dealt  with  the  metallic  elements,   cadmium,   chromium,  lead, 
magnesium,  molybdenum,  nickel,  niobium,   tantalum,   tin,   titanium,   zinc  and  zirconium, 
several  grades  of  graphite  and  gaseous  acetone,  ammonia  and  methane. 

In  the  case  of  gases  and  liquids  (not  liquid  metals)  most  probable  values  are 
tabulated  usually  at  10  deg  intervals  and  departure  plots  of  the  percent  difference 
between  available  and  recommended  values  are  included. 

For  each  of  the  other  materials  each  report  contains  complete  updated  specifica- 
tion tables  of  the  type  used  in  the  TPRC  data  sheets[3](An  example  is  included  later  in 
Table  1)   and  graphical  plots,  on  linear  thermal  conductivity  and  temperature  scales. 
These  include  all  of  the  existing  data.     The  number  assigned  to  each  curve  is  included 
in  the  accompanying  specification  table  and  serves  to  indicate  the  authorship,  year, 
method  used  and  reference.     This  last  relates  to  the  number  as  listed  in  the  relevant 
TPRC  Data  Book.     On  the  basis  of  this  available  information, recommended  curves  have 
been  inserted  in  each  figure  and  tables  of  the  recommended  values  are  included. 

This  assessment  of  available  data  is  proving  a  formidable  task,  possibly  an  un- 
enviable one;   it  is  clearly  an  essential  service,  but  its  value  depends  on  its  relia- 
bility.    In  order  to  give  a  greater  degree  of  confidence  to  the  recommendations  made, 
the  first  drafts  of  these  two  reports  have  been  internationally  distributed  to  fifty 
or  so  workers  who  are  active  in  this  field,  for  comment  and  criticism.     The  response 
has  proved  most  helpful  and  many  changes  have  been  made  in  the  published  versions,  for 
which,   it  should  be  noted,   the  authors  assume  complete  responsibility. 

Work  is  currently  on  hand  on  the  rest  of  the  elements  for  which  thermal  conduc- 
tivity information  is  available,  and  early  in  1968  it  is  proposed  to  issue  a  first 
draft,  covering  not  less  than  59  additional  elements,   for  similar  reviewing.     The  new 
data  now  presented  should  therefore  be  regarded  as  provisional.     It  is  hoped  subsequent- 
ly to  prepare  for  publication  by  the  NBS-NSRDS  a  book  on  the  thermal  conductivity  of 
the  elements.     Hence,   information  on  those  elements  for  which  no  or  incomplete  values 
are  given, and  constructive  comments  bearing  on  the  sections  already  published  will  also 
be  welcomed  to  assist  in  the  final  updating  and  revision. 

In  the  present  account  graphs  are  used  to  illustrate  the  amount  and  range  of  the 
information  available,   the  data  for  some  specific  elements  and  the  final  recommended 
values.     Tables  of  recommended  values  will  become  available  in  the  final  report  to 
NSRDS . 

One  of  the  primary  purposes  of  this  presentation  is  to  direct  attention  to  the 
areas  in  which  further  work  would  be  helpful. 


2.     Existing  Information 

In  connection  with  this  investigation  the  many  specification  tables  that  had 
been  prepared  and  published  [3]  have  been  carefully  checked  against  the  original 
papers  and,   in  many  cases  expanded  by  the  inclusion  of  pertinent  information  regarding 
the  electrical  resistivity,  or  conductivity  of  a  specimen,     A  typical  example  of  such 
an  updated  table  is  reproduced  as  table  1.     This  relates  to  zirconium  for  which  the 
corresponding  linear  and  logarithmic  plots  of  thermal  conductivity  against  temperature 
appear  as  figures  1  and  2. 

So  far , experimental  thermal  conductivity  information  is  available  for  62  of  the 
81  metallic  elements,  and,   since  each  of  these  elements  cannot  be  treated  in  detail  in 
a  paper  of  the  present  type,   the  number  of  available  measurements  for  each  element  is 
shown  in  figure  3  whilst  figure  4  indicates  the  temperature  or  temperature  range 
covered  by  these  measurements. 

Figure  4  brings  to  light  a  few  surprises.     Among  the  19  metals  listed  in  Table  2 
for  which  no  experimental  information  has  been  found  are  the  three  related  metals 
calcium,   strontium  and  Toarium.     That  no  inforimation  is  available  for  calcium  is  truly 
surprising  since  calcium  rates  third  after  iron  and  magnesium  in  the  scale  of  abundance 

•^Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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of  the  elements  now  under  consideration.     A  value  of  0.3  cal  cm"-'-  s~l  deg"!  (125.5 
W  in~l  deg"-'-)   at  20C  has  been  listed  for  calcium  in  several  editions  of  the  ASM"Metals 
Handbook" [6]  but  the  source  of  this  value  has  not  been  traced,  furthermore,  this  value 
would  appear  to  be  low  since  with  P295K        ■^•^  ^  10"^     ohm  m  [7]  the  Lorenz  function 
has  the  low  value  of  1 . 53x10~^v2k~2 ,     cobalt  has  not  been  measured  above  430K  and 
such  high  melting  point  metals  as  iridium,   ruthenium,   rhodium  and  palladium  have  not 
been  measured  above  493  to  592K  or  only  for  about  one  quarter  of  the  temperature  range 
for  which  they  are  solid.     These  stand  out  as  definite  gaps  in  knowledge,  and  several 
others  will  appear  as  the  attempt  is  made  to  assess  the  available  data. 


Table  2.     Metallic  Elements  that  Lack  Experimental  Thermal  Conductivity  Values 


Name 


Atomic  No. 


Name 


Atomic  No. 


Name 


Atomic  No. 


Actinium 

Americium 

Barium 

Berkelium 

Calcium 

Californium 

Curium 


89 
95 
56 
97 
20 
98 
96 


Einsteinium 

Europium (a) 

Fermium 

Prancium 

Lawrencium 

Mendelevium 


99  Nobel ium  102 

63  Polonium  84 

100  Promethium(b)  61 
87  Protactinium  91 

103  Radium  88 

101  Strontium  38 


(a)  For  estimated  value  at  291K  see  [4]. 

(b)  For  estimated  values  range  300-2250K  see  [s].     This  paper  also  contains 
estimated  values  for  neodymium  up  to  its  melting  point. 

3.     Assessment  of  Information  -  Some  Guides 

Earlier  analytical  work  at  the  TPRC  [8,9,10]  has  shown  that  the  low-temperature 
thermal  conductivities  of  many  metals  can  be  correlated  to  a  single  curve  given  by 

X*  =  [1/3    (T*)2  +  ^*]"^  (1) 

where  X*  =  X     and  T*  =  ^  ,  X*  being  the  ratio  of  thermal  conductivity  X  at  temperature 
X"m  Tj^ 

T  to  the  maximum  conductivity  X^  at  temperature  T^^. 

It  was  further  shown  that  in  the  low  temperature  region  below  lo5Tjj^,  X  could  be 
derived  from  the  equation 

X  =  [a'T^  +  ^T-l]"^  (2) 


where  a'  =  a"   ' 


m  +  1 


In  this  equation  a,  m,  n  and  a"  are  constants  for  a  metal  whereas  a'   and  ^ 
depend  on  the  purity  and  perfection  of  the  particular  sample.  Theoretically, 

where        is  the  theoretical  Lorenz  function  and  p     is  the  residual  electrical  resistiv- 
ity and  this  parameter,  as  derived  through  equatiSn   (2)  or   (3)   gives  a  measure  of  the 
purity  and/or  perfection  of  the  sample.     For  those  metals  which  conform  to  this  eq- 
uation its  use  enables  the  full  curve  to  be  derived  up  to  1„5  Tu,  even  if  only  a  few 
observations  are  available.     This  course  has  usually  been  adopted  to  complete  the  curve 
through  the  highest  points  and  thus  to  obtain  a  more  complete  curve  for  the  sample  of 
highest  apparent  purity.     If        is  known,  use  of  the  equation 

X  =  L^Tp^-l  =  2.443x10~StPo~-'-  (4) 

also  serves  to  give  the  lower  end  of  the  curve,  or  can  serve  as  a  check  in  this  region. 

The  low-temperature  thermal  conductivity  values  to  which  equation   (2)  applies 
depend  most  strongly  on  the  sample  characteristics  of  a  particular  metal.    At  higher 
temperatures,  whilst  the  purest  sample  usually  has  the  highest  thermal  conductivity, 
the  differences  tend  to  be  smaller.     Furthermore,  for  any  particular  metal,  even 
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although  the  Wiedemann-Franz-Lorenz  law  does  not  always  hold,   a  sample  with  a  higher 
electrical  conductivity  should  generally  have  a  higher  thermal  conductivity.  Liquid 
metals  appear  to  conform  reasonably  well  with  the  WFL  correlation  [ll],   although  for 
some  metals  the  Lorenz  function  has  been  found  to  be  lower  than  the  theoretical  value 
by  as  much  as  15  per  cent. 

The  foregoing  are  the  main  guidelines  in  considering  this  group  of  elements. 
They  are  seen  to  rely  strongly  on  parallel  electrical  conductivity  information  being 
available  for  the  same  sample.     This   fact  is  now  well  recognized  and  it  is  mainly  for 
older  determinations  that  the  corresponding  electrical  measurements  are  found  to  be 
lacking. 


4.     Some  Typical  Sets  of  Data 

In  this  section  it  is  proposed  to  present  and  discuss  the  thermal  conductivity 
data  that  are  available  for  the  four  metals  zirconium,   zinc,   tungsten  and  lithium. 
Tungsten  is  included  because  of  its  potential  use  as  a  thermal  conductivity  standard 
at  high  temperatures  and  the  others  as  illustrating  behaviour  or  problems  of  particular 
interest . 


4.1  Zirconium 

Table  1  lists  the  experimental  investigations  into  the  thermal  conductivity  of 
zirconium  and  contains  details  of  each  specimen  and  of  the  range  covered.     The  letters 
L,C,R  and  T  in  the  column  headed   'method  used'   are  the  initial  letters  of  methods  of 
the  following  types;   longitudinal,   comparative,    radial  and  thermoelectr ical .  The 
corresponding  thermal  conductivity  values  are  plotted  against  temperature  in  figures 
1  and  2 . 

Using  the  ^-value  calculated  from  data  due  to  White  and  Woods  [12]  the  low- 
temperature  section  of  the  proposed  curve  was  derived  to  about  20K  and  this  continues 
smoothly  to  pass  through  their  values  near  90K.     Above  90K  uncertainties  enter.  From 
94  to  297K  only  one  measured  value  is  available.     This  is  the  121K  limiting  point  of 
White  and  Woods  which  may  be  uncertain  due  to  increased  radiation  transfer.  From 
298K  to  about  900K  a  +  20  per  cent  band  of  values  are  available  with  minima  of  from 
17  to  24 . 5  W  m~-'-deg~l  at  around  600K.     The  highest  curve  is  by  Mikryukov  [13]  for  a 
99.9  per  cent  sample  of  iodide  zirconium.     Zirconium  readily  combines  with  oxygen  and 
it  seems  likely  that  differences  in  the  pre- treatment  and  test  conditions  could  help 
to  account  for  some  of  the  observed  differences  in  thermal  conductivity.     Treco  [14] 
had  made  a  study  of  the  influence  of  oxygen  content  on  the  electrical  resistivity  of  - 
oxygen-free  high-purity  zirconium  at  273K,   the  value  increasing  to  0.577  fj,  ohm  m  for 
2.5  atomic  per  cent  of  oxygen.     In  view  of  these  measurements  it  is  surprising  to 
note  that  Mikryukov  gives  0.361  jj,  ohm  m  as  the  resistivity  of     his  higher  conductivity 
sample  at  331K,   which  would  probably  extrapolate  to  about  0.26  fiohm  m  at  273K.  This 
seems  to  be  an  excessive  difference  if  both  samples  are  polycrystalline  zirconium. 
But  a-zirconium  has  a  hexagonal  crystal  structure  so  varying  degrees  of  preferred 
orientation  may  be  another  factor  associated  with  the  observed  differences  in  con- 
ductivity.    No  documented  information  is  available  regarding  the  anisotropy  of  zir- 
conium for  either  heat  or  electrical  conduction. 

When  attention  is  directed  to  the  reported  mean  values  for  the  Lorenz  function 
in  this  temperature  range  it  is  seen  that  the  values  for  Mikryukov 's  two  samples 
decrease  from  3.42  x  10~^V^K~2  at  323K  to  3.11  x  10"8v2k-2  at  833K;   those  of  Powell  and 
Tye  [15]  from  3.10  x  10"^v2k"2  for  three  samples  at  32 3K  to  2.7  3  x  10~8v2k-2  for  two 
samples  at  823K  whilst  those  of  Bing  et  al.   [16]  for  three  samples  decrease  from 
3.14  x  10-8v2k~2  at  323K  to  2.84  x  10-8v2k-2  at  523K. 

On  the  basis  of  these  data  an  extrapolated  average  Lorenz  function  at  273K  has 
been  obtained,  and  used  with  Treco ' s  electrical  resistivity  value  to  give  a  thermal 
conductivity  of  22.9Wm~l  deg~l  at  273K.     This  value  is  3  per  cent  above  the  value 
obtained  by  Moss[17]  for  nominally  high  purity  zirconium.     The  curve  now  proposed  for 
the  thermal  conductivity  of  pure  zirconium  continues  smoothly  from  35.0Wm~-'-  deg"-*-  at 
90K  to  22.9Wm~l  deg~l  at  273K,   runs  about  3  percent  above  Moss's  curve,   to  cross 
the  curve  of  Fieldhouse  and  Lang  [18]  and  to  continue  some  3  percent  below  this  curve 
to  its  upper  temperature  limit  of   1925K.     The  other  data  of  Timrot  and  peletskii  [19] 
in  this  high  temperature  region  which  cross  the  recommended  curve  yield  a  Lorenz  func- 
tion of  only  about  2  x  10~^V^K~^  at  its  lower  end,   which  seems  unduly  low  for  this 
element,  despite  there  being  a  phase  transformation  at  1135K.     A  drop  of  about  14  per 
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cent  in  the  electrical  resistivity  has  been  reported  in  this  region.  The  thermal  con- 
ductivity measurements  of  Fieldhouse  and  Lang  are  the  only  ones  to  span  the  transition 
region  and  these  indicate  no  corresponding  change.  Hence,  the  proposed  curve  has  been 
drawn  with  no  discontinuity. 

Clearly  zirconium  is  a  metal  to  which  much  more  attention  should  be  given.  Once 
single  crystals  become  available,  information  on  their  anisotropy  is  certainly  required 
for  both  thermal  and  electrical  conductivities.     The  phase  transition  region  requires 
study,  and,  pending  the  production  of  the  further  required  high  temperature  thermal 
conductivity  values,   it  would  be  useful  to  extend  electrical  resistivity  determinations 
above  their  present  limit  of  1280K,   even  into  the  liquid  phase.     The  effects  of  high 
temperature  working  conditions  on  the  samples  might  also  be  Investigated  through  a 
preliminary  series  of  electrical  resistivity  measurements.     Thermal  conductivity  data 
are  also  required  for  the  100  to  3OOK  region. 


4.2  Zinc 

Zinc  has  been  included  so  as  to  be  able  to  mention  a  difficulty  that  had  not 
appeared  previously.     Zinc  has  a  hexagonal  crystal  structure  and  both  thermal  and 
electrical  conductivities  show  definite  anisotropy.     The  unusual  feature  is  that  the 
low-temperature  curves  for        and  X//     appear  to  cross  both  above  and  below  T,^-  In 
figure  5,   curves  22  and  23,  both  due  to  Mendelssohn  and  RosenbergC 20]  behave  in  this 
way  and  their  findings  agree  above  Tjj,  with  some  earlier  data  due  to  Goens  and 
Gruneisen[ 21]  and  below  Tjj,  with  subsequent  data  of  X     by  Zavaritskii[22]  .  Incidentally, 
electrical  resistivity  data  of  Goens  and  Griineisen  showed  no  corresponding  cross  over, 

exceeding  p^j     at  21.2,   83.2  and  293. 2K,   which  suggests  that  the  explanation  might 
require  a  markedly  different  temperature  dependence  of  the  anisotropy  of  the  lattice 
component  of  the  thermal  conductivity.     The  subject  is  clearly  one  that  calls  for 
further  investigation. 

The  type  of  thermal  conductivity  behaviour  shown  by  the  above  three  sets  of  data 
is  quite  incompatible  with  the  usual  treatment  of  Cezairliyan  and  TouloukianCs] [ 9] [ lo] , 
which  has  formed  the  basis  of  the  evaluation  of  thermal  conductivity  values  in  this  low 
temperature  region,   since  different  values  of  p  yield  a  family  of  non-intersecting 
curves.     It  has  also  been  thought  undesirable  to  give  recommended  curves  that  cross 
over  in  this  way  at  the  present  time,  and  so  the  recommendations  given  for  zinc  relate 
only  to  the  polycrystalline  form. 

The  highest  low-temperature  value  is  a  single  observation  of  A^^by  Zavaritskii[22] 
at  0.825K.     The  corresponding  X  (polycrystal)  is  derived  through  his  ratio  A^^  /X^  for 
two  other  samples  at  this  temperature.     This  has  then  been  used  to  evaluate  )3  and  to 
derive  the  curve  for  polycrystalline  zinc  in  the  normal   (non-superconducting)   state  up 
to  about  8K.     It  is  then  continued  through  the  83K  value  for  polycrystalline  zinc  and 
about  2  per  cent  below  the  293K  value,  both  being  derived  from  the  single  crystal  data 
of  Goens  and  Gruneisen.     The  available  data  at  higher  temperatures  are  shown  more 
clearly  in  figure  6 .     There  have  been  no  measurements  reported  on  zinc  at  normal 
temperatures  and  above  within  the  past  twenty  years,  with  the  exception  of  a  single 
low  value  of  Parker,  Jenkins , Butler  and  Abbott  [23].  Such  early  measurements  as  those 
of  Shelton  and  Swanger[24]  were  probably  reliable  but  to  allow  for  the  possible  re- 
duced purity  of  these  specimens  the  proposed  curve  lies  about  mid-way  between  that  of 
Shelton  and  Swanger  and  the  most  recent  determinations,   those  reported  by  Mikryukov 
and  Rabotnov[2  5]   in  1944. 

Clearly  the  high  purity  melting-point  zinc  now  available  should  be  used  for  new 
measurements  on  polycrystalline  and  on  single  crystal  samples. 

There  is  also  a  strong  case  for  the  new  determinations  to  be  extended  into  the 
liquid  phase.     The  two  early  measurements  by  Konno[26]  and  Bidwell[27]  happen  to  agree 
well,  but  they  yield  a  solid/liquid  ratio    Xg/Xi,of  1.67  whereas  Roll  and  Motz[28] 
report  2„2  for  the  ratio  pl/p^-     Also  both  Konno  and  Bidwell  obtain  a  negative 
temperature  coefficient  where  consideration  of  the  Lorenz  function  would  give  a  strong 
positive  coefficient,  at  least  near  the  melting  point.     Dutchak  and  Panasyuk  [29]  have 
recently  reported  a  positive  coefficient  but  their  values  seem  too  high  as  they  would 
yield  a  ratio  of  1.72  for  X  /X, .     The  recommended  curve  has  accordingly  been  drawn  in 
a  lower  position.     Of  course  it  may  be  that  the  proposed  value  of  X^  is  too  low. 

Zinc  certainly  calls  for  some  new  determinations  just  above  and  below  the 
melting  point  and  well  into  the  liquid  phase. 
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4.3  Tungsten 


The  thermal  conductivity  data  available  for  tunqsten  to  high  temperatures 
is  shown  in  a  linear  plot  against  temperature  in  figure  7,     Some  widely-scattered 
values  are  evident  but  the  recommended  curve  lies  within  about  5  per  cent  of  several 
recent  determinations  and  is  thought  to  be  satisfactory  to  within  about  these  limits. 
The  corresponding  Lorenz  functions  are  approaching  20  per  cent  above  the  theoretical 
value . 

4.4  Lithium 

The  experimental  data  for  lithium  are  shown  in  figures  8  and  9.     The  recommend- 
ed curve  has  a  maximum  value  of  743 VJ m~  deg~l  at  about  16. 5K  and  above  60K  it  follows 
an  intermediate  course  between  the  values  of  Rosenberg[ 30]  and  of  MacDonald,  White 
and  Woods[31].     These  last  stop  at  121K  and  from  this  temperature  to  the  melting 
point (453 . 7K)   further  information  is  required.     Rather  tentatively  the  proposed  curve 
is  shown  to  continue  with  a  gradual  decrease  to  the  melting  point  passing  close  to 
Bidwell's  values[32]   for  the  solid  near  this  region. 

Much  more  attention  has  been  given  to  the  liquid  state  and  at  about  500K  the 
five  available  sets  of  experimental  thermal  conductivity  measurements  lie  within 
about  10  per  cent  of  43 w  m~ldeg~l .     These  measurements, however ,   show  serious  differ- 
ences regarding  the  variation  of  thermal  conductivity  with  temperature.  Two[33,34] 
indicate  liquid  lithium  to  have  a  large  initial  negative  coefficient,  one  a  small 
positive  coef f icientBs]  and  two  indicate  large  positive  coef f icientsC 36, 37] .  These 
last  receive  support  from  estimates  based  on  the  Lorenz  function  and  knowledge  of 
the  electrical  resistivity.     Noteworthy  among  such  estimates  is  that  of  Grosse[38], 
who  includes  lithium  among  the  several  metals  for  which  he  has  made  thermal  con- 
ductivity predictions  from  the  melting  point  to  the  critical  point.     He  does  admit 
that  more  uncertainty  is  associated  with  his  estimate  of  4150K  for  the  critical 
temperature  of  lithium;   it  also  seems  that  the  empirical  method  used  to  extrapolate 
the  essential  electrical  resistivity  data  to  the  critical  point  is  less  certain  for 
lithium  than  for  some  of  the  other  liquid  metals  that  he  has  treated  in  this  way. 

Mercury  is  the  only  metal  for  which  the  electrical  conductivity has  been 
determined  to  the  critical  point[39].     From  these  results  and  others  covering  less 
complete  temperature  ranges,  Grosse[40]  has  derived  for  molten  metals  an  equation  of 
the  form: 

(CT*  +  b)  (T+  +  b)  =  a  (5) 
where  a*  =  a-p/Of  and  T"*"  =   (T  -  Tf  )/(T^  -  T^  ) 

and        is  the  electrical  conductivity  of  a  molten  metal  at  a  temperature,  T,  between 
the  melting  point,  Tf  ,   and  the  critical  point,  T^^,   and  Of  is  the  corresponding 
electrical  conductivity  at  the  melting  point.     The  quantities  a  and  b  are  constants. 
At  T^  both  cr  and  k  are  assumed  to  be  zero. 

For  lithium  Grosse  has  chosen  to  use  the  electrical  conductivity  data  of 
Freedman  and  Robertson[41]  which  extend  only  to  830K,   to  determine  the  constants  of 
equation   (5) .     He  comments  that  the  more  recent  measurements  of  Rigney,  Kapelner  and 
Cleary[42],  although  extending  to  the  much  higher  temperature  of  1703K  could  not  be 
fitted  to  the  equation.     The  differences  are  quite  significant,  Grosse 's  estimated 
resistivity  at  1700K  exceeding  the  observed  value  by  about  45  per  cent. 

Another  parameter  which  introduces  rather  smaller  uncertainties  is  the  Lorenz 
function.     Both  Grosse  and  Tepper,  Zelenak,  Rochlich  and  May[43]   selected  to  use  the 
theoretical  value,   so  any  difference  in  their  thermal  conductivity  curves  must  be 
attributed  to  the  electrical  resistivity  values  used.     Kapelner[44]  chose  2.16x10"^ 
V  K~2,   in  agreement  with  some  unpublished  measurements  by  C.  T.  Ewing  for  temperatures 
of  556.5,  636.0  and  796. OK;  whilst  Rigney,  Kapelner  and  Cleary  chose  2.29x  10~8v^K-2. 
This  last  was  the  average  value  given  by  their  own  electrical  resistivity  values  and 
the  thermal  conductivity  determinations  of  Cooke. r 36]    It  should,   however,   be  noted 
that  the  smooth  curve  fitted  by  Cooke  to  his  admittedly  more  scatter-ea  high  temperature 
results,   together  with  their  resistivity  value  at  1073K,  yields  a  Lorenz  function  of 
2.46  X  10-8v2k-2. 

Cooke's  thermal  conductivity  measurements  extended  to  1105K  and  he  predicted 
that  at  higher  temperatures  the  thermal  conductivity  of  lithium  would  have  a  maximum 
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value  of  about  78W  m~ldeg~l  at  about  1973K.     This  prediction  was  made  on  the  assump- 
tion of  an  apparently  low  value  of  2966K  for  the  critical  temperature[45] . 

Of  interest  in  this  connection  are  the  subsequent  thermal  conductivity  values 
derived  by  Rudnev,  Lyashenko  and  Abraraovich[ 37 ]  who  determined  the  thermal  diffusivity 
of  a  99  per  cent  sample  of  lithium  for  the  range  623  to  1273K  by  means  of  a  method  of 
the  Angstrom  type.     The  thermal  conductivity  values  which  they  obtained  using  litera- 
ture values  of  the  density  and  specific  heat,  are  included  in  figure  9.     They  are 
still  increasing  at  1150K  and  would  indicate  that  any  maximum  should  occur  at  well 
above  Crosse's  estimated  temperature  of  1150K. 

The  curve  drawn  in  figure  9  as  the  most  probable  lies  between  the  experimental 
data  of  Cooke  and  of  Rudnev  el  al.  and  a  little  below  the  derived  curve  of  Tepper  at 
al.     At  1700K  it  passes  through  a  value  derived  from  the  electrical  resistivity 
measurements  of  Rigney  et  al.  but  using  the  theoretical  Lorenz  function  rather  than 
2.29  X  10"8v2k~2. 

Above  this  temperature  the  course  of  the  curve  is  very  conjectural.     It  is 
shown  with  a  maximum  at  about  1800K  and  an  increasing  rate  of  fall  to  merge  at  4150K 
the  critical  temperature  as  estimated  by  Grosse,  with  the  probable  lithium  vapor  value 
of  about  0.2  W  m"l  deg"^  [36].     Curve  17  of  figure  9  indicates  the  temperature  range 
of   calculated      values  for  lithium  vapor  [46]. 

Lithium  is  another  instance  for  which  electrical  resistivity  determinations  to 
the  highest  possible  temperature  would  be  most  helpful.     For  mercury  the  predicated 
curve  is  of  similar  form,  and  as  the  maximum  in  the  thermal  conductivity  curve  occurs 
at  a  little  below  800K,   experimental  confirmation  should  present  less  difficulty. 


5.     Provisional  Recommendations 

Figures  10  to  17  are  logarithmic  plots  of  the  provisional  recommendations  for 
the  temperature  dependence  of  the  thermal  conductivity  of  each  of  the  64  metallic 
elements  for  which  either  experimental  or  estimated  values  have  been  found  in  the 
literature.     Each  curve  has  been  derived  in  the  manner  indicated  in  the  foregoing 
sections  and  the  curves  are  presented  according  to  the  periodic-table  grouping  but 
with  two  groups  combined  in  many  of  the  figures.     The  solid  circles  and  continuous 
curves  represent  a  temperature  or  temperature  range  for  which  experimental  information 
is  available,  whilst  an  open  circle  or  broken  curve  indicates  that  the  corresponding 
data  is  only  estimated. 

Some  changes  will  be  noticed  from  the  earlier  reports  [1,2].     The  curve  for 
platinum  has  been  revised,   the  range  for  mercury  has  been  extended  to  include  the 
solid  phase   (although  no  data  exists  for  the  temperature  range  4.4  to  BOK)  and  the 
estimated  values  due  to  Grosse  [38,47]  for  the  liquid  state  are  now  included. 

The  new  recommendations  for  platinum  are  greater  by  4  and  7.5  per  cent  at  900 
and  1250K  respectively  and  the  curve  now  fits  to  within  about  +  3  per  cent  with 
several  recent  determinations  [48,49,50,51].     This  curve  has  been  smoothly  extra- 
polated to  higher  temperatures. 

For  mercury  and  some  other  metals  of  low  or  moderate  melting  point,  the  estimates 
by  Grosse  for  the  thermal  conductivity  in  the  liquid  state  agree  well  with  experimental 
values,  but,  of  the  higher  melting  point  metals  now  included,   experimental  data  are 
only  available  for  copper [ 52 , 53, 54] ,  and  are  all  lower  than  the  predicted  values  by 
some  13  to  nearly  40  per  cent.     The  evidence  is  fairly  strong  that  liquid  potassium  has 
a  Lorenz  function  that  is  some  14  per  cent  less  than  the  theoretical  value! 55, 56]  but, 
the  experimental  uncertainties  are  likely  to  increase  with  temperature,  and  there  is 
need  for  further  careful  investigation  before  copper  can  be  accepted  as  another  metal 
having  an  exceptionally  low  Lorenz  function. 

Scandium  can  be  mentioned  as  a  metal  for  which  large  differences  were  evident  at 
the  other  end  of  the  temperature  scale.     At  4.2K  the  measurements  of  Arajs  and  Colvin 
[57]  give  a  Lorenz  function  of  the  order  of  7x  10~^v2k~2  whereas  those  of  Aliyev  and 
Volkenshteyn  [58]  yield  a  value  only  about  20  per  cent  above  the  theoretical  value. 
These  last  have  been  accepted  as  more  likely  to  be  correct,  and  again  at  room  temper- 
ature,  an  independent  check  measurement  seems  desirable  where  the  single  observation 
of  Jolliffe  et  al.   [4]  has  been  preferred  to  the  much  higher  series  of  values  due  to 
Arajs  and  Colvin.     Scandium,  with  a  melting  point  of  1812K,   is  indeed  a  metal  for 
which  thermal  conductivity  measurements  are  required  for  the  full  range  of  temperatures 
since  no  determinations  have  yet  been  made  above  300K.     These  measurements  should  in- 
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elude  single  crystal  samples  since  scandium  has  a  hexagonal  crystal  structure^ 

Another  metal  calling  for  comment  and  further  check  measurements  is  sodium. 
This  time  however  the  measurements  are  required  in  the  immediate  sub-normal  temper- 
ature range,   so  as  to  confirm  the  undulatory  character  of  the  curve  which  seems  to 
give  the  best  fit  to  the  data  so  far  available. 

It  would  be  possible  to  continue  with  similar  comments  for  many  more  metals,  but 
these  will  need  to  be  reserved  for  a  more  detailed  account.     In  order  to  make  the 
present  account  as  complete  as  possible,   it  does  however  seem  desirable  to  include 
estimated  values  for  three  metals  for  which  electrical  conductivity  values  only  are 
available.     This  is  done  in  the  next  section. 


6.     Estimated  Thermal  Conductivity  Values  for  Barium,  Calcium  and  Strontium 

Using  the  recently  assembled  electrical  resistivity  p  data  of  Meaden[7]  and  the 
theoretical  Lorenz  function,  L^,   the  thermal  conductivity  values,  X,  given  in  table  3 
have  been  obtained  for  barium,  calcium  and  strontium. 


Table  3.     Barium,  Calcium  and  Strontium: 
Electrical  Resistivity  and 
Derived  Thermal  Conductivity 


Metal 


Barium 


Temperature 
(°K) 

T 

4 

200 
273 
295 


Electrical  Resistivity 
(lO^ohm  m) 


0.25  (p  ) 
25.25 
36.25 
39.25 


Thermal  Conductivity 
(W  m~ldeg~l) 


-qTp 
39 

19.4 
18.4 
18.4 


-1 


19.6 
18.5 

18,5 


Calcium 
Strontium 


295 
4 

200 
273 
295 


3.6+0.03 

2.0  (Pq) 
16.1 
21.8 
23.5 


200 

4.9 
30.4 
30,6 
30.7 


200 


34,7 
33.7 

33.6 


Meaden  considers  that  electrical  resistivity     values  have  not  yet  been  obtained 
for  these  metals  in  a  pure  state.     For  calcium  he  only  tabulates  the  one  room  temper- 
ature value,   for  which  he  thinks  the  residual  resistivity,  p  ,  was  probably  quite 
small.     It  had  been  large  for  earlier  reported  measurements  on  calcium  and  is  clearly 
large  for  the  samples  on  which  the  tabulated  barium  and  strontium  data  are  based.  The 
derived  thermal  conductivity  values  given  in  the  last  column  should  apply  to  fairly 
pure  samples,   for  the  approximate  range  200  to  300        provided  these  metals  satisfy 
the  Wiedemann-Franz-Lorenz  law. 


7.     Suggestions  for  Future  Work 

In  this  section  it  is  proposed  to  bring  together  the  various  suggestions  for 
further  work  that  have  been  interspersed  in  the  foregoing  account. 

The  extent  of  existing  knowledge  is  shown  in  figures  3  and  4,  and  these  should  be 
helpful  in  indicating  the  metals  and  temperature  ranges  for  which  measurements  or 
estimated  values  are  required.     Of  the  metals  for  which  thermal  conductivity  measure- 
ments have  yet  to  be  reported,  barium,  calcium  and  strontium  stand  out  as  the  three 
for  which  suitable  samples  could  be  obtained  most  readily. 

Unfortunately,   figures  3  and  4  do  not  reveal  the  only  areas  where  there  is  a 
need  for  further  experimental  investigation.     More  detailed  examination  of  the 
available  information  reveals  many  regions  of  uncertainty,  of  which  the  few  following 
have  received  mention: 
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Lithium:     Measurements  are  required  to  confirm  the  thermal  conductivity  temper- 
ature dependence  from  about  80  K  to  the  melting  point.     Electrical  resistivity  deter- 
minations for     the  liquid  phase  are  required  to  the  highest  possible  temperature  in 
connection  with  Grosse's  predictions.     It  would  be  of  interest  also  if  the  thermal 
conductivity  measurements  could  extend  beyond  the  suggested  maximum. 

Mercury:     Thermal  conductivity  measurements  on  single  crystals  are  required  in 
the  range  4  K  to  the  melting  point.     Possibility  of  a  thermal  conductivity  maximum  in 
the  region  700  to  1000  K  should  be  investigated. 

Scandium:     Single  crystal  and  polycrystalline  samples  should  be  studied  over  the 
full  temperature  range. 

Sodium:     Thermal  conductivity  measurements  are  required  from  about  50  K  to  the 
melting  point,   to  confirm  if  the  curve  has  a  minimum  and  a  maximum  in  this  region. 

Zinc:     High  purity  single  and  polycrystalline  samples  should  be  studied;  also 
liquid  zinc. 

Zirconium:     First  measurements  for  the  appx'oximate  range  100  to  300  K  are  re- 
quired and  further  measurements  from  300  K  upwards »     Single  crystals  should  be  in- 
cluded and  particular  attention  given  to  any  possible  discontinuity  associated  with 
the  a— ^/S  phase  transformation.      (Similar  suggestions  hold  for  titanium,) 

In  planning  any  future  work  it  is  important  to  include  electrical  resistivity 
determinations  whenever  possible.     Indeed,  within  the  liquid  helium  temperature  range 
and  at  high  temperatures,  particularly  for  the  liquid  phase  of  a  metallic  conductor, 
such  measurements  can  often  provide  a  basis  for  the  estimation  of  thermal  conductivity 
values. 
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Figure  6.     Thermal  Conductivity  of  Zinc   (Linear  Scales) 
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Figure  10,  Thermal  Conductivity  of  Metallic  Elements  of  Groups  LA  and  IB  (Provisional 
Recommendations) 
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Figure  11.  Thermal  Conductivity  of  Elements  of  Groups  IIA  and  IIB  (Provisional 
Recommendations) 
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Figure  12.  Thermal  Conductivity  of  Metallic  Elements  of  Groups  IIIA  and  IIIB 
(Provisional  Recommendations) 
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2  14.  Thermal  Conductivity  of  Metallic  Elements  of  Groups  VA  and  VB  (Provisior 
Recommendations) 
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Figure  15.  Thermal  Conductivity  of  Elements  of  Groups  VIB  and  VIIB  (Provisional 
Recommendations) 
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Figure  16,  Thermal  Conductivity  of  Elements  of  Group  VIII (Provisional  Recommendations) 
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Figure  17,  Thermal  Conductivity  of  Elements  of  the  Rare  Earth  and  the  Actinide  Groups 
(Provisional  Recommendations) 
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The  State  of  Knowledge  Regarding  the  Thermal  Conductivity  of  the 
Non-Metallic  Elements  —  Those  Solid  at  Normal  Temperature* 

C.Y.  HoandR.W.  Powell^ 

Thermophysical  Properties  Research  Center,  Purdue  University, 
West  Lafayette,  Indiana  47906 


Of  the  103  chemical  elements,  experimental  thermal  conductivity  data  are 
available  for  62  metallic  elements,  9  non-metallic  solids  and  11  non-metallic 
fluids.   In  this  paper,  the  available  thermal  conductivity  data  for  the  9  non-metal- 
lic solid  elements  are  reviewed.   These  are  arsenic,  boron,  carbon  (in  the  forms 
of  diamond  and  graphite),  iodine,  phosphorous,  selenium,  silicon,  sulfur,  and 
tellurium. 


Keywords:  Amorphous  solid,  arsenic,  boron,  carbon,  conductivity, 
diamond,  graphite,  iodine,  liquid  phase,  non-metallic  elements, 
phosphorus,  polycrystal,  selenium,  single  crystal,  silicon,  sulfur, 
tellurium,  thermal  conductivity. 


1 .  Introduction^ 

The  present  paper  reviews  the  information  available  for  the  thermal  conductivity  of  the  nine  non -metallic 
elements  that  are  solid  at  normal  temperature.   It  is  complementary  to  the  accompanying  paper  by  Powell  and 
Ho  [l]*,  and,  the  two  papers  seek  to  give  the  complete  information  for  the  normal  solid  elements.   As  before 
attention  is  directed  to  the  areas  that  need  to  be  studied.   In  the  course  of  this  work,  earlier  TPRC  publications  [2] 
have  been  considerably  up-dated  and  attempts  have  been  made  to  assess  the  available  results  so  as  to  yield  most 
probable  values.   Similar  assessments  were  previously  made  for  diamond  [s]  and  for  graphite  [4]  but  those  for 
amorphous  carbon,  arsenic,  boron,  iodine,  phosphorus,  selenium,  silicon,  sulfur,  and  tellurium  are  new.  No 
information  has  been  located  for  astatine.   As  was  explained  in  [l],  the  present  assessments  regarding  the  most 
probable  thermal  conductivities  should  be  treated  as  provisional  values  for  which  constructive  comments  would  be 
welcomed,  together  with  notes  of  any  further  relevant  information. 

Because  of  the  provisional  nature  of  these  values  it  has  not  seemed  desirable  to  tabulate  them  at  this  stage. 
Graphical  presentation  of  these  interim  values  should  suffice  for  those  having  expert  knowledge  of  these  materials 
to  judge  whether  the  present  proposals  are  reasonable  ones,  and  at  the  same  time  the  curves  will  give  clear 
indications  of  the  temperature  ranges  for  which  values  are  available.   The  forthcoming  work  on  the  thermal  con- 
ductivities of  the  elements  referred  to  in  [l]  will  of  course  contain  tabulated  recommended  values. 


2.   Notes  on  the  Existing  Information  and  Its  Assessment 

Table  1  is  included  as  an  example  of  the  manner  in  which  the  experimental  information  available  for  the 
thermal  conductivity  of  a  particular  material  has  been  tabulated.  This  is  for  sulfur,  an  element  for  which  only  21 
sets  of  experimental  data  have  been  located  and  the  relevant  information  is  contained  in  a  table  of  reasonable  size. 
For  graphite  there  are  582  entries. 


^This  paper  covers  a  more  restricted  field  than  was  originally  indicated.   Some  of  the  omitted  matter  has  appeared 
in  "Thermal  Conductivity  of  Selected  Material,"  Powell,  R.W.  ,  Ho,  C.Y.,  and  Liley,  P.  E.,  National  Standard 
Reference  Data  System  NSRDS-NBS  8  (November  1966). 

^Head  of  Reference  Data  Tables  Division  and  Senior  Researcher,  respectively. 

*Much  of  the  "Introduction"  of  the  accompanying  paper  by  R.W.  Powell  and  C.Y.  Ho  applies  equally  to  this  paper 
but  is  not  repeated. 

^Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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In  table  1  the  numbered  references  have  been  altered  to  correspond  with  those  of  this  paper.   The  last 
column  contains  the  summarized  specimen  details  which  were  thought  to  be  significant  and  it  seems  desirable  to 
comment  on  the  sixth  and  seventh  entries.    These  relate  to  measurements  by  Slack  [7]  for  two  single  crystals  of 
sulfur,  exceeding  99  percent  purity;  each  a  rod -shaped  specimen  about  0.7  cm  long  and  0.  2  cm  in  diameter,  cut 
from  a  crystal  of  the  stable  orthorhombic  modification  to  give  the  heat  flow  perjjendicular  to  the  c-axis  in  No.  6 
and  in  No.  7  parallel  to  this  direction.   Slack  noted  that  a  few  internal  growth  flaws  were  visible  in  the  samples 
studied.   Since  these  samples  were  tested  to  temperatures  below  that  of  the  thermal  conductivity  maximum,  the 
most  important  of  these  facts  is  the  sample  size,  since  the  thermal  conductivity  of  a  non-metallic  single  crystal 
near  absolute  zero  is  mainly  governed  by  the  boundary  scattering.    An  otherwise  similar  specimen,  cut  from  the 
same  crystal,  but  of  larger  diameter  will  have  a  proportionately  greater  thermal  conductivity  over  the  very  low 
temperature  region.   The  crystallite  size  will  behave  similarly. 

The  corresponding  logarithmic  plot  of  the  temperature  variation  of  the  thermal  conductivity  of  sulfur  is 
given  in  figure  1,  and  it  is  of  interest  to  comment  first  on  the  two  low  temperature  curves  numbered  6  and  7.  Over 
about  the  range  12  to  90  K  the  two  curves  lie  within  10  percent  crossing  over  at  25  K.    These  differences  are  prob- 
ably consistent  within  the  experimental  uncertainty,  but  at  the  maxima  and  at  lower  temperatures  the  differences 
increase  to  over  300  percent,  the  thermal  conductivity  for  the  direction  parallel  to  the  c-axis  appearing  greater. 
However,  Slack  did  not  regard  these  differences  as  due  to  true  crystal  anisotropy,  but  thought  them  to  result  from 
differences  in  crystal  perfection.   Slack  reported  the  confirmation  of  little  if  any  anisotropy  in  X  for  sulfur  by 
some  room  temperature  measurements  on  other  samples  by  a  comparative  measurement  of  the  de  Senarmont  type 
[19],  the  values  so  obtained  all  agreeing  to  within  20  percent. 

The  foregoing  rather  incidental  remarks  are  important  in  that  they  introduce  some  of  the  precautions 
involved  at  low  temperatures  with  this  type  of  work. 

Slack's  measurements  ,  as  shown  in  curves  6  and  7  of  figure  1  stop  at  about  90  K.    He  considered 
radiation  transfer  to  have  become  a  limiting  factor  in  the  attainable  experimental  accuracy,  and  stated  that 
the  measurements  of  Eucken  [6]   (curve  4) ,  which  link  on  well  with  the  data  of  several  other  workers 
near  room  temperature,  probably  represent  the  behavior  at  higher  temperatures. 

This  would  leave  the  measurements  for  sulfur  in  a  fairly  satisfactory  state  except  for  two  points  at  300  K 
due  to  A.  V.  loffe  and  A.  F.  loffe  [iS].   These  are  numbered  20  and  21  and  are  for  single  crystals  having  the  heat 
flow  along  two  mutually  perpendicular  axes.   Slack  only  mentioned  this  Russian  work  as  a  'Note  added  in  proof  and 
it  is  unfortunate  that  this  work  came  to  his  notice  after  his  own  measurements  were  completed,for  several  uncer- 
tainties now  arise.   The  ratio  for  these  two  axial  directions  is  1.27  and  indicates  an  anisotropy  which  exceeds  the 
20  percent  regarded  as  negligible  by  Slack.    He  deduced  that  the  higher  value  would  be  for  the  c-axial  direction, 
and,  if  so  this  would  agree  with  his  own  results  at  low  temperatures  but  not  at  his  upper  temperature  limit.  As 
the  Russian  values  are  much  higher,  the  question  remains,  are  these  on  curves  which  would  remain  higher  to  low 
temperatures,  or  should  Slack's  curves  flatten  out  towards  these  values? 

These  questions  now  remain  for  future  work  to  answer.    For  the  present  it  has  been  decided  to  ignore  these 
Russian  values  until  more  evidence  is  available  and  to  follow  the  course  suggested  by  Slack.   This  gives  a  drop  of 
about  33  percent  at  the  o-iS  phase  transformation,  a  constant  value  for  the  monoclinic  form,  which  could  be  sub- 
ject to  further  Investigation,  and  another  drop  of  about  18  percent  on  passing  into  the  liquid  phase.   Three  out  of 
four  observers  agree  with  the  curve  chosen  for  the  liquid  phase, and  all  four, that  the  phase  has  a  small  positive 
coefficient  in  this  range  near  the  melting  point  (See  [3]  or  fig.  7). 

Much  more  could  be  said  about  individual  measurements  and  other  uncertainties  would  probably  arise 
for  each  element  considered.  In  this  short  account ,    further  detailed  treatment  is  impossible  and  an 

attempt  has  been  made  to  convey  an  overall  picture  of  the  present  position  through  figures  2  and  3.    Figure  2  il- 
lustrates for  the  three  main  types  of  carbon  and  for  the  other  elements  under  consideration  the  number  of  sets  of 
measurements  for  which  TPRC  has  information,  whilst  figure  3  shows  the  total  ranges  of  temperature  that  have 
been  covered  for  each  material. 

It  will  be  noted  that  no  information  is  available  for  astatine  and  but  little  for  arsenic  and  iodine.  Indeed, 
knowledge  of  the  thermal  conductivity  of  arsenic  is  limited  to  one  single  measurement  at  293  K  by  Little  [20]  in 
1926,  and  that  of  iodine  for  the  solid  phase  rests  on  measurements  published  in  1923  [21]  for  a  narrow  range  of 
temperature  close  to  normal.  The  measurements  shown  for  the  range  447  to  693  K  relate  to  the  vapor  phase  of 
iodine,  there  being  none  for  the  liquid  phase,  although  estimated  curves  extending  to  the  critical  point  (785  K), 
have  been  proposed  [22]  for  both  liquid  and  vapor.  No  other  measurements  for  the  vapor  phase  occur,  so  any 
other  instance  where  the  vertical  line  of  figure  3  exceeds  the  melting  point  relates  to  the  liquid  phase. 

The  available  data  for  silicon  are  shown  by  means  of  logarithmic  and  linear  plots  in  figures  4  and  5.  Both 
figures  are  included  because  silicon  is  an  element  that  has  attracted  a  lot  of  interest  and  it  seems  desirable  to 
comment  on  the  data  available  at  both  low  and  high  temperatures.   Much  of  the  low  temperature  data  included  in 
figure  4  relate  to  samples  that  have  been  doped  to  give  sUicon  of  either  n-  or  p-type.   The  location  of  the  thermal 
conductivity  maximum  reveals  no  well-defined  dependence  on  the  crystal  type.   Holland  [23]  reports  the  highest 
maximum  value  of  5230  Wm"ideg~^   This  occurs  at  22.  5  K  and  is  for  an  n-type  single  crystal  of  silicon  doped  with 
phosphorus.   The  same  worker  is  also  responsible  for  the  highest  value  for  a  p-tyi)e  crystal,  one  doped  with  boron 
for  which  his  value  is  4700  W  m-i  deg-i  at  24  K. 
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This  figure  has  been  included  to  illustrate  an  unusual  type  of  variation  in  the  location  of  these  maxima.  For 
most  materials,  increase  of  purity  leads  to  a  higher  maximum  which  occurs  at  a  proportionately  lower  temperature. 
This  type  of  variation  is  in  fact  seen  for  many  of  the  silicon  results  where       decreases  from  about  200  to  22. 5  K 
as  X      increases  from  42  to  5230  Wm"ideg~^   On  the  other  hand  there  are  maxima  which  remain  in  the  temperature 
range  18to28Kas         increases  fi-om  116  to  5230  Wm~ideg~i.    In  each  group  there  are  examples  of  both  n- 
and  p-type  silicon,  though  in  the  latter  group  the  majority  of  the  samples  are  of  n-type  and  in  the  former  group  the 
majority  are  of  p-type. 

In  this  low  temperature  range  the  most  probable  curve  for  pure  silicon  has  been  based  on  Holland's  highest 
curve.   Below  the  lowest  temperature  his  curve  has  been  extrapolated  parallel  to  sets  of  data  by  Carruthers,  Geballe, 
Rosenberg,  and  Ztman  [24]  as  shown  by  curves  4  and  5  and  in  this  range  X  —  T^-  ^,  in  fair  agreement  with  the  T^ 
dependence  of  specific  heat. 

At  120  K,  the  upper  limit  of  Holland's  measurements  on  the  chosen  sample.the  curve  merges  into  No.  31  of 
Glassbrenner  and  Slack  [25].   Their  measurements  extend  almost  to  the  melting  point  and  over  much  of  the  high 
temperature  range,  shown  more  clearly  in  figure  5.  Ihey  agree  with  the  values  of  curve  82  due  to  Fulkerson  et  al. 
[26]  to  within  about  4  percent,  the  latter  values  being  lower.   The  proposed  curve  has  been  drawn  intennediately 
between  these  two  sets  of  data  and  has  been  continued  smoothly  to  the  melting  point. 

No  determinations  appear  to  have  been  reported  for  the  thermal  conductivity  of  liquid  silicon,  and,  in  view 
of  the  electronic  contribution  to  the  thermal  conductivity  of  the  solid  near  the  melting  point,  which  is  believed  to 
be  about  5  percent  [25],  any  estimation  for  the  liquid  phase  from  electrical  resistivity  data  would  seem  to  present 
considerable  uncertainties  . 

The  treatment  given  the  remaining  elements  has  been  similar  but  can  only  be  briefly  indicated.   The  curves 
that  have  been  previously  recommended  for  diamond  and  graphite  and  those  which  are  now  provisionally  recom- 
mended for  the  other  elements  are  reproduced  in  figures  6  and  7. 

Arsenic:  —  The  one  available  measurement  is  for  room  temperature  only,  but  should  the  thermal  conduc- 
tivity of  arsenic  be  required  over  a  wider  range,  examination  of  figure  7  suggests  that  extrapolation  in  keeping 
with  the  form  of  the  other  curves  could  produce  some  very  provisional  values. 

Boron:  —  Values  and  predictions  by  Slack  [7]  have  been  adopted.  His  measurements  are  only  for  the 
range  3  to  300  K,  but  he  gave  extrapolated  values  to  about  1473  K,  thea-*i3  transformation  temperature.  At 
630  K  however  some  values  reported  by  Morris  [27]  are  some  60  percent  greater. 

Carbon:  —  In  the  amorphous  form  the  values  are  low,  have  a  positive  coefficient  and  vary  considerably, 
presumably  due  to  such  variables  as  density,  particle  size,  manufacturing  process,  etc.   No  assessment  has  been 
attempted.   Thermal  conductivity  of  diamond  has  been  reviewed  [s] .   The  very  limited  data  have  all  been  at 
normal  and  low  temperatures,  320  K  being  the  maximum  measurement  temperature.   Graphite  with  nearly  600 
sets  of  measurements  on  its  many  different  forms  and  grades,  and  its  unusual  temperature  dependence  of  thermal 
conductivity  at  low  and  high  temperatures,  and  its  higher  electrical  conductivity  is  a  complex  special  subject  for 
which  reference  should  be  made  to  an  earlier  publication  [4]  in  which  the  general  features  of  the  thermal  conduc- 
tivity of  graphite  have  been  discussed  and  separate  treatments  have  been  given  to  pyrolytic  graphite  and  to  four 
commercial  grades.    Figure  6  shows  the  tremendous  anisotropy  of  pyrolytic  graphite.    For  a  limited  range  of 
temperatures  above  100  K  the  thermal  conductivity  parallel  to  the  layer  planes  exceeds  all  known  solid  materials 
except  diamond,  whereas  that  of  pyrolytic  graphite  in  the  direction  perpendicular  to  the  layer  planes  is  compar- 
able with  that  of  insulators.   Between  tliese  two  curves  lie  all  other  grades  of  graphite.   The  precise  curve  at  low 
temperatures  for  the  highly-oriented  and  well-annealed  pyrolytic  graphite  in  the  direction  perpendicular  to  the 
layer  planes  is  largely  conjectural  since  no  measurements  have  been  made. 

Phosphorus:  —  The  data  of  Slack  [7]  have  been  accepted  for  black  phosphorus  for  the  range  2.7  to  300  K 
and  those  of  Tumbull  [28]  for  white  phosphorus  for  temperatures  a  little  above  and  below  the  melting  point.  The 
latter's  data  in  the  liquid  phase  are  preferred  over  those  of  Kramer  and  Schmeiser  [29]  as  his  method  had 
appeared  to  yield  satisfactory  values  for  liquid  sulfur.   Also  his  values  are  thought  to  be  in  better  agreement 
with  simple  '  quasi -lattice'  theories. 

Selenium:  —  In  the  case  of  selenium  the  recently  published  measurements  of  Adams,  Baumann,  and 
Stuke  [30]  have  provided  curves  for  the  two  main  crystal  directions.    For  temperatures  above  20  K  the  thermal 
conductivity  for  the  direction 'parallel  to  the  c-axis  is  about  4  times  that  for  the  perpendicular  direction.  This 
difference  persists  to  about  100  K,  the  upper  limit  of  their  experiments,  and  in  this  temperature  range  the  de- 
rived values  for  polycrystalline  selenium  show  reasonable  agreement  with  a  curve  due  to  White,  Woods,  and  Elford 
[31]. 

The  recommended  curves  for  the  two  crystal  directions  are  based  on  the  anisotropy  ratio  and  the  highest 
conducting  crystal  values  of  [30]  but  at  low  temperatures  the  values  are  clearly  very  dependent  on  crystal  per- 
fection and  specimen  size.   No  dimensions  are  given  in  [30] .   Above  100  K  the  two  curves  have  been  extrapolated 
in  line  with  other  data,  tumii^  up  at  about  350  K. 

The  two  sets  of  data  for  the  conductivity  of  liquid  selenium  differ  considerably  and  a  somewhat  tentative 
intermediate  curve  has  been  indicated  in  figure  7 . 
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Tellurium:  —  Available  data  for  tellurium  also  indicate   considerable  thermal  conductivity  anisotropy  and 
the  two  curves  shown  in  figure  7  for  the  parallel  and  perpendicular  directions  have  a  ratio  of  about  two. 

The  thermal  conductivity  of  liquid  tellurium  is  far  from  certain.    The  proposed  curve  follows  recent  values 
by  Benguigui  [32] ,  which  show  liquid  tellurium  to  behave  as  a  semi-metal  with  a  Lorenz  function  decreasing  from 
4.4  X  10"^  to  3.2  X  10"^  V^K"^  over  the  range  743  to  923  K,  whereas  two  earlier  sets  of  measurements  [33,34] 
had  indicated  much  higher  values. 


3.   Summary  of  Position,  with  Suggestions  for  Future  Work 

The  attemptto  assess  the  thermal  conductivity  data  for  the  non-metallic  elements  has  served  to  emphasize 
the  value  of  the  additional  knowledge  that  is  available  for  use  with  metallic  elements . 


The  differences  as  they  apply  at  present  are  compared  below: 
Metallic  Elements 

(a)  At  moderate  and  high  temperatures  (including  liquid  phase) 

X  =  LTp~'  approx. , 
where  L  =  Lorenz  function 

p  =  electrical  resistivity 

(b)  At  low  temperatures 

(1)  Close  to  absolute  zero 

X  =  LflTpQ*  approx. , 

where  Lq  =  theoretical  Lorenz  number 

Po  =  residual  electrical  resistivity 

(2)  Over  range  0  <  T  <  1 . 5  T^ 

X  =  [a'T'^  +  ^T-i]-i 
where 

a'  =a"(^/na")^/("'^^^ 
See  references  [3]  and  [4]  for  details. 

(c)  Purity  and/or  perfection  increases  as:  — 

(1)  P295/P0  increases 

(2)  i3  decreases 

^  can  be  derived  from  equation  of  (b)  (2) 
or  from  ^  =  Lq  ^Pq 

(d)  Dependence  of  X  on  sample  size 

None 


Non-metallic  Elements 


Nothing  similar 


Nothing  similar 


Nothing  similar 


Nothing  similar 
Nothing  similar 


At  low  temperatures  (below  Tjj,) 
X  of  a  pure  crystal  increases 
with  size  of  crystal. 


Any  suggestions  or  investigations  leading  to  an  acceptable  guiding  parameter  for  non-metals  would  be  most 
useful.   At  the  time  when  Cezairliyan  [35]  applied  the  generalized  principle  of  corresponding  states  to  metallic 
elements  and  found  the  equation  given  above  for  the  range  0  to  1.5  Tm  to  hold,  he  also  considered  some  semi- 
metals  and  non-metals.   Wliereas  the  various  sets  of  data  for  bismutii,  germanium,  silicon,  selenium,  tellurium, 
and  carbon  (graphite)  could  be  similarly  correlated  in  separate  curves  by  plotting  the  reduced  thermal  conduc- 
tivity (  XxAm)      a  function  of  the  reduced  temperature  (T/Tm),  these  curves  differed  amongst  themselves  as 
weU  as  from  that  for  the  metals.   It  was  concluded  that  it  would  be  necessary  to  include  some  additional  parameters 
to  bring  these  elements  collectively  or  in  groups  to  one  or  more  common  curves.   This  further  work  is  still  re- 
quired. 

Until  a  satisfactory  criteria  for  the  net  purity  and  perfection  of  a  non-metallic  sample  becomes  available 
an  element  of  doubt  will  exist  as  to  whether  a  set  of  measurements  made  on  one  sample  will  be  applicable  to 
another  sample. 

The  above  are  regarded  as  directions  for  further  work  that  are  common  to  all  non-metallic  elements. 
Some  of  the  thermal  conductivity  requirements  for  the  individual  elements  will  now  be  summarized. 
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Arsenic:  —  Measurements  for  the  full  temperature  range  are  required  to  support  the  single  data  point  at 
room  temperature  and  any  prediction  that  might  be  based  on  this. 

Astatine:  —  The  longest  lived  isotope  of  astatine  has  a  half-life  of  only  8.3  hours,  so  the  thermal  conduc- 
tivity would  probably  be  of  academic  interest  only,  and  the  lack  of  information  is  likely  to  continue. 

Boron:  —  Boron  should  be  measured  above  300  K,  the  present  upper  limit.    This  includes  the  liquid  phase 
for  which  no  values  have  been  reported. 

Carbon:  —  Diamond  with  its  high  thermal  conductivity  could  be  an  important  material.   The  proposed  values 
for  the  three  types  are  based  on  only  a  few  measurements,  all  at  or  below  room  temperature.   More  measurements 
are  required  and  these  should  be  extended  to  higher  temperatures.   Graphite  in  the  pyrolytic  form  requires  study 
to  low  temperatures  for  the  direction  normal  to  the  layer  planes.   As  new  forms  and  distinct  grades  of  graphite 
are  produced  new  measurements  wiU  be  required  for  the  full  temperature  range.   Above  3000  K  is  still  a  region 
where  some  doubt  exists. 


Iodine:  —  Iodine  requires  measurements  over  a  wide  temperature  range  for  both  solid  and  liquid  phases. 
The  one  available  set  of  values  for  the  solid,  reported  in  1923,  has  a  negative  coefficient  that  appears  unduly 
large;  also  measurements  have  yet  to  be  made  for  the  liquid  phase. 

Phosphorus:  —  Black  phosphorus  requires  further  study  above  300  K,  and  white  phosphorus  below  250  K  and 
check  measurements  should  be  included  near  the  solid  to  liquid  transition  and  well  into  the  liquid  phase. 

Selenium:  —  The  present  curves  for  the  two  main  single  crystal  directions  have  been  extrapolated  to  tem- 
peratures above  about  100  K.   These  require  confirmation  particularly  above  about  300  K  and  well  into  the 
liquid  phase. 

Silicon:  —  The  solid  phase  appears  to  have  been  adequately  covered.  No  values  have  been  reported  for  the 
liquid  phase. 

Sulfur:  —  The  data  appear  to  be  sufficient  for  polycrystalline  sulfur  but  new  determinations  on  good 
single  crystals  are  needed  to  resolve  the  differences  between  the  Russian  values  at  room  temperature  and  the 
extrapolated  data  of  Slack.   Should  the  former  be  confirmed  the  measurements  on  these  crystals  will  be  required 
over  the  full  temperature  range. 


Tellurium:  —  The  values  adopted  for  the  liquid  phase  need  confirmation. 
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Figure  2.      Number  of  Investigations  on  the  Thermal  Conductivity  of  Non-metallic  Solid  Elements. 
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Figure  3.      Temperature  Range  of  Available  Thermal  Conductivity  Data  for  Non-metallic  Solid  Elements. 
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Figure  6. 


Thermal  Conductivity  of  Graphite:  Recommended  Curves . 
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Figure  7.      Thermal  Conductivity  of  Non-metallic  Solid  Elements:  Provisional  Recommendations. 
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Some  Aspects  concerning 
Thermal  Conductivity  Data  of  Liquids  and 
Proposals  for  New  Standard  Reference  Materials 


Ho  Poltz 

Physikalisch-Technische  Bundesanstalt , 

Brauns  chwe i g ,  Ge rmany 


The  thermal  conductivity  of  organic  liquids  poorly 
absorbing    IR-radiation  contains  a  term  of  measurable 
magnitude  arising  from  radiative  heat  transfer.  This 
term  can  be,  depending  on  the  apparative  arrangements, 
between  about  one  and  seven  per  cent  of  the  total  thermal 
conductivity  at  room  temperature  and  increases  like  T^. 
The  influence  of  the  apparative  conditions  on  the  temper- 
ature    coefficient  of  thermal  conductivity  is  in  general 
considerably  greater.  Therefore  one  should,  if  possible, 
choose  liquids  strongly  absorbing  IR-radiation  for 
standard  reference  purposes  because  their  thermal  conduc- 
tivity shows  a  smaller  radiative  term. 

We  present  thermal  conductivity  values  of  some  alco- 
hols which  have  a  high  IR-absorption.  As  it  was  to  be 
expected,  the  measured  values  show  a  small  dependence  on 
the  thickness  of  the  liquid  layer.  Therefore  we  think  some 
of  these  alcohols  well-suited  as  standard  reference 
materials  at  moderate  temperatures.  Their  hygroscopic 
reaction  is  moderate  and  very  pure  products  are  obtainable 
in  trade.  As  reference  materials  for  a  higher  temperature 
range  phthalic  acid  esters  should  be  taken  into  consider- 
ation. 


Key  words:  Alcohols,  conductivity,  heat  transfer, 
hydrocarbons,  IR-absorption,  liquids,  organic 
liquids,  phthalic  acid  esters,  radiation, 
radiative  heat  transfer,  reference  materials, 
standard,  temperature  coefficient,  thermal 
conductivity. 


1 o  The  Radiative  Term  of  Thermal  Conductivity 

Of  the  different  physical  processes  contributing  simultaneously  to  the  heat 
transport  in  a  liquid,  the  radiative  heat  transfer  depends  on  the  thickness  of  the 
liquid  layer  and  on  the  optical  qualities  of  the  liquid  and  the  surfaces  bordering 
it.  This  was  shown  by  measuring  thermal  conductivities  of  organic  liquids  using  a 
guarded  parallel  plate  apparatus  by  varying  the  plate  distances     D»2]^o  Pig.  1 
shows  the  measured  thermal  conductivity  keff  of  two  hydrocarbons  poorly  absorbing 
and  of  an  alcohol  strongly  absorbing  in  the  IR-region  as  a  f\inction  of  the  thickness 
s   of  the  liquid  layer.  Of  the  two  hydrocarbons,  liquid  paraffin  has  a  high  visco- 
sity, kgff  increases  for  increasing  a.  It  is  evident  that  the  increase  of  keff 
depends  on  the  ir-absorption  of  the  liquid  in  the  range cfs<2  mm  and  on    the  viscosity 
in  the  range  of  s  >  2  mm.  Hence  a  perceptible  influence  of  convection  seems  to 
exist  only  for  plate  distances  of  more  than  2  mm.  Pig.  2  and  3  show  the  increase 
of  the  thermal  conductivity  and  its  temperature  coefficient  respectively  within 


Figures  in  brackets  indicate  the  literature  references  at  the  end  of  the 
text  of  this  paper. 
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the  range  from  s  =  0.4  to  2  mm  each  for  three  liquids  which  have  an  IR-absorptlon  of 
different  magnitude.  The  slopes  of  the  curves  Increase  with  decreasing  IR-absorntlon 
coefficients  for  the  liquid. 

Calculating  the  radiative  term  R  of  the  total  thermal  conductivity  kgff  gives 
the  following  expression  valid  for  small  temperature  differences  between  the  plates 
(T-|-T2«  T2<T^)  and  the  radiative  thermal  conductivity  kp  being  small  relative  to 
^eif  always  for  liquids  at  moderate  temperatures  /"3,4j 

CO 

^  -   -^J   T  ■  <" 

n  and  X  are  the  refractive  index  and  the  absorption  coefficient  of  the  liquid, 
Ep  Planck's  function,  T  the  absolute  temperature,  X  the  wave  length  of  heat  radiation, 
and  Y  a  function  of  the  optical  thickness  f    of  the  liquid  layer,  and  the  emissivity 

£  of  the  plate  surfaces.  T  is  the  product  X'^s  « 

After  introducing  wave  independent  effective  mean  values  for  the  material 
quantities  contained  in  it,  eq(1)  can  be  transformed  into 

_2 

R      =      k  Y      =      i|      S_ or T^Y  (2) 
^  ^  X 

where  (y  is  the  Stef an-Boltzmann  constant.  If  the  radiation  is  regularly  reflected 
by  the  plate  surfaces    Y  becomes 

-» 

Y        =      -i  .  1  (2  -p  )   f  1   -  exp(-r/x)  3, 

x=o 

The  function  Y  increases  from  0  to  1  when  V  rises  from  0  to       .  Hence  the  influ- 
ence     of  surfaces  limiting  the  thickness  of  a  liquid  layer  results  always  in  dimin- 
ishing    the  radiative  term  of  thermal  conductivity .Y  represents  the  reduction  of  the 
radiative  term  relative  to  that  existing  at  a  very  large  optical  thickness.  A 
numerical  evaluation  of  Y  is  presented  in  f 3] .  Fig,  4  shows  Y  as  a    function  of  f 
and f  .  The  lowest  curve  in  this  diagram  represents  Y  for  the  hypothetic  case  of 

£  =  0  that  is  the  plate  surface  emitting  not  the  least  radiation  into  the  liquid., 
Hence  the  distance  from  the  zero  line  to  this  curve  characterizes  the  contribution 
of  the  inner  radiation  of  the  liquid  to  the  heat  transfer  from  plate  to  pjjateo  The 
radiative  transfer  within  the  medium  has  its  highest  value  at  the  midst  of  the 
liquid  layer  and  is  diminished  near  the  plate  surfaces  by  reflections.  The  distance 
from  the  curve  for  £  =  0     to  one  of  the  upper  curves  characterizes  the  contribution 
of  the  radiation  originally  emitted  by  the  plate  surfaces  to  the  heat  transfer. 
Regarding  the  magnitude  of  ir-absorption  of  organic  liquids  one  sees  that  it  is 
very  difficult,  for  experimental  reasons,  to  perform  measurements  at  optical  thick- 
nesses of  the  layer  smaller  than  0.5.  As  the  emissivity  of  metallic  surfaces  is  in 
general  smaller  than  0,2,  figure  4  shows  that  the  contribution  to  the  radiative  heat 
transfer  originating  in  the  radiation  of  the  plate  surfaces  is  always  small  rela- 
tive to  the  contribution  of  the  inner  radiation  of  the  liquid. 

In  order  to  give  an  idea  of  the  accuracy  of  eq.   (2)  for  small  absorbing  liquids, 
figure  5  shows  the  increase  of  the  thermal  conductivity  and  its  temperature  coeffi- 
cient of  toluene  at  25^C  for  rising  thicknesses  of  the  liquid  layer  obtained  by 
measurements  and  by  calculation  (dashed  curves)  using  eq  (2).  The  mean  value  of  the 
absorption  index  contained  in  this  formula  was  gained  by  evaluating  an  ir-absorption 
diagram  of  the  liquid.  As  the  refractive  index  of  toluene  is  not  very  varying  within 
the  range  of  wave  lengths  to  be  considered,  we  chose  the  optical  value. 

Measurements  which  show  the  influence  of  the  optical  thickness  on  the  thermal 
conductivity  and  its  temperature  coefficient  for  some  poorly  absorbing  liquids  in 
greater  detail  are  presented  in  [5"J  . 
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2.  The  Problem  of  Selecting  Organic  Liquids 
Suitable  for  Standard  Reference  Purposes 

There  are  some  organic  liquids  whose  thermal  conductivity  has  been  measured  by 
several  investigators  to  a  high  accuracy  over  a  large  temperature  range.     Moreover  they 
are  obtainable  in  a  very  pure  quality  and  are  nonhygroscopic  and  relatively  resistant 
in  a  chemical  and  thermal  sense.     Unfortunately  most  of  them  belong  to  the  class  of 
hydrocarbons  or  chlorinated  hydrocarbons  having  no  chemical  bonds,  and  therefore  these 
have  a  low  absorption  for  heat  radiation.     Hence  their  thermal  conductivity  varies  due 
to  its  radiative  term  between  about  one  and  six  per  cent  of  the  total  value  at  room 
temperature  depending  on  apparative  conditions. 

The  radiative  term  increases  proportional  to  T^  as  eqo   (2)   shows.  Therefore  we 
expect  a  high  value  at  elevated  temperatures  for  poorly  absorbing  liquids.  To  give 
an  idea  how  much  the  radiative    term  may  rise  within  a  range  up  to  300°C  for  hydro- 
carbons, we  have  used  measurements  on  liquid  paraffin  performed  between  25  and  80°C 
at  various  thicknesses  of  the  liquid  layer  [5]   to  extrapolate  to  300°G  the  curves 
showing  the  temperature  dependence  by  applying  eq.   (2).  The  result  is  represented 
in  figure  6.  Of  course  such  a  wide  extrapolation  cannot  give  exact  results  as  there 
are  neglected  many  facts,  e.g.,   the  temperature  dependence  of  the  material  quanti- 
ties contained  in  eq.   (2)  and  calculated  as  mean  values  only  in  the  range  from  25 
to  80°Co  Nevertheless  we  can  deduce  from  the  diagram  that  organic  liquids  poorly 
absorbing  heat  radiation  show  a  radiative  term  of  thermal  conductivity  too  high  as 
to  be  well- suited  for  standard  reference  purposes. 


3.  Thermal  Conductivity  Measurements 
on  Alcohols 

Equation  (2)   shows  that  the  radiative  term  of  thermal  conductivity  is  small  for 
such  liquids  which  have  a  large  mean  absorption  coefficient  within  the  range  of  IR- 
radiation.  Organic  liquids  having  a  very  high  absorption  are  the  alcohols  of  a  small 
chain  length.  Therefore  we  measured  the  thermal  conductivity  of  the  eight  alcohols 
having  from  one  to  four  carbon  atoms  in  the  region  of  moderate  temperatures  varying 
the  thickness  of  the  liquid  layer  in  order  to  determine  the  magnitude  of  the  radiative 
term. 

The  results  of  these  measurements  are  presented  in  the  tables  1   to  3  together 
with  mean  values    calculated  by  linearly  interpolating  the  measured  values  as  func- 
tions of  the  temperature.  The  differences  between  measured  and  calculated  values 
give  an  idea  of  the  relative  accuracy  ^f  the  measurements.  The  precision  of  the 
measured  values  is  estimated  at  about  -  0.5  per  cent. 

The  investigation  was  made  using  materials  obtainable  in  trade  and  suitable 
for  analytic  purposes.  Table  4  gives  some  information  about  the  purity  of  these 
materials . 

There  are  no  impurities  contained  in  the  liquids  giving  rise  to  a  perceptible 
modification  of  the  measured  value s. As  aEL these  alcohols  are  hygroscopic,  the  water 
percentage  of  all  samples  was  determined  spectroscopically  after  having  finished 
the  measurements.  V/e  filled  the  degassed  sample  into  the  evacuated  apparatus  and 
then  let  thoroughly  dried  air  or  nitrogen  into  it  in  order  to  eliminate  stresses 
which  might  have  deformed  the  parallel  plates  a  little  bit.,  When  regarding  this 
procedure  we  could  detect  no  change  of  the  water  percentage  of  the  sample  after  it 
had  been  in  the  apparatus  for  some  days  except  for  ethanol.  This  alcohol  proved  to 
be  extremely  hygroscopic  and  it  was  very  difficult  to  make  measurements  not  in- 
fluenced by  a  rising  water  percentage.  In  this  point,  we  had  a  little  trouble  also 
with     measuring  of  methanol  and  tertiary  butanol.  The  hygroscopicity  of  the  other 
butanols  and  of  the  propanols  seems  to  be  moderate.  Therefore  we  think  it  possible 
to  measure  their  thermal  conductivity  at  moderate  temperatures  without  excluding 
the  atmosphere  if  the  measurements  are  finished  in  a  short  time. 
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Table  1 

Thermal  conductivity  of  propanols  and  butanols 


Thickness 
of  the 
liquid 
layer 
mm  meas .  mean 


10  °C 


3  -1  —1 

Thermal  conductivity  "^^ff^  10  ,  W  cm  deg 

25  °C  40  °C  55  °C 

meas.    mean     meas.    mean     meas.  mean 


d  k 

It" 


X  10^ 


-1  -2 
W  cm  deg 


n  -  Propanol 

0.4581  1.548  1.547  1.511  1.512  1.478  1.478 
0.9578  1.553  1.553  1.518  1.519  1.485  1.485 
1.9293        1.556  1.556      1.522  1.523      1,490  1.490 


1.444  1.444 


■2.29 
■2.26 
■2.21 


Iso  -  Propanol 

0.4581  1.370  1.370  1.340  1.340  1.309  1.309 
0.9578  1.375  1.375  1.345  1.346  1.316  1.316 
1.9293        1.378  1.378      1.348  1.349      1.320  1.320 


-2.03 
-1.95 
-1.96 


n  -  Butanol 

0.4581        1.508  1.508      1.473  1.475      1.444  1.442  1.409  1.409 

0.9578        1.514  1.514      1.482  1.483      1.454  1.452  1.422  1.422 

1.9293        1.516  1.516      1.486  1.487      1.457  1.457  1.427  1.427 


-2.19 
-2.04 
-1.98 


sec.  Butanol 


0.4581 
0.9578 
1.9293 


1.374  1.373 

1.383  1.382 

1.384  1.383 


1.342  1.343 
1.351  1.352 
1.353  1.354 


1.313  1.313 
1.322  1.322 
1.324  1.324 


1.283  1.283 
1.293  1.292 
1.295  1.295 


-2.01 
-1.99 
-1.96 


Iso  -  Butanol 


0.4581  1.331  1.332  1.306  1.306  1.280  1.280  1.255  1.255 
0.9578  1.337  1.337  1.312  1.313  1.288  1.288  1.264  1.264 
1.9293        1.339  1.340      1.317  1.317      1.294  1.293      1.269  1.270 


-1.70 
-1.62 
-1.56 
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Table  4 

Purity  of  alcohols  used  for  the  measurements 


Substances 


purity  real.  max.  real  other 

guaranteed      piu?ity         water  water  impurities 

percentage  percentage 
%                 %  %  % 


Methanol  R.G.  99.0 

Ethanol,  absolute  R.G.      99. 1 

Propanol  -  (1)  R.G.  99.0 

iso-Propanol  R.G.  99.7 

Butanol  -  (1)  R.G.  99. 0 

Butanol  -  (2)  for  98.5 
c  hr  oma  1 0  gr aphy 

iso-Butanol  R.G.  99.0 

t -Butanol  for  99.0 
chromatography 


99.8 
99.9 

99.5 
99.9 

99.8 
99.9 

99.2 
99.9 

99.8 

99.9 


0.05 

0.2 

0.05 

0. 1 

0.2 

0.2 

0.05 
0.1 


Methanol 
0.1 

t-Butanol 


0.1 

0,05 


Butanol  -  (2) 


R.G.   =  Reagent  Grade 


4.  Alcohols  as  Standard  Reference  Materials 
at  Moderate  Temperatures 


As  a  conclusion  from  our  experiences  in  measuring  alcohols, we  can  say  that  the 
propanols  and  the  butanols  with  exception  of  tertiary  butanol  are  well  fitted  for 
reference  purposes.  In  order  to  show  how  much  the  radiative  term  of  them  is  reduced 
by  their  high  IR-absorption  we  have  presented  in  the  same  scale  the  measured  depen- 
dence of  thermal  conductivity  upon  the  plate  distances  for  an  alcohol  and  a 
hydrocarbon  each  In  the  figures  7  and  8. 

Unfortunately  there  are  not  enough  thermal  conductivity  measurements  of  high 
accuracy  available  on  alcohols.  Table  5  shows  a  comparison  of  some  values  measured 
by  several  authors  [6  to  15}  .  We  think  it  necessary  to  gain  more  reliable  mean  values 
by  further  measurements. 
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Table  5 


Thermal  conductivity  of  alcohols  at  25  °C 
measiired  by  several  authors 


Author 

ttei  • 

Eth- 

anol 

anol 

n  iso 

n 

sec.  iso 

tert. 

Thermal 

c  onduc  "t  ivi  "ty  j 

W  cin 

1     (1ocr~1     V  in~3 

ueg      X  1 u 

Riedel 

2.01 

1.66 

1.55  1.40 

1 .52 

Mason 

m 

2.01 

1 .61 

Pilippov 

2.05 

1 .70 

1.52  1.41 

1.44 

1.34 

Tsederberg 

1.63 

Challoner 

[10J 

1.68 

Scheffy 

1.07 

Grassmann 

[12] 

1.64 

Jamie son 

L13J 

0  O  OBTj 

riAi 

L  tJ 

1  .  D»l- 

1.62 

1.52 

1.47 

Tufeu 

[15] 

2.09 

1.73 

1 .58 

This  work 

1.97 

1 .64 

1.52  1.34 

1.48 

1.35  1.31 

1.08 

Temperature  coefficient,  W 

-1   ,    -2  .«-6 
cm      deg      X  10  ° 

Riedel 

-3.1 

-3.1 

-1.1  -1.2 

-2.0 

I'- J 

-1  3 

-5.5 

Pilippov 

-2.5 

-2.4 

-2.1  -1.6 

-2.0 

-1.3 

-2.6 

Challoner 

DO] 

-3.0 

• 

Scheffy 

[11] 

-0.3 

Grassmann 

D2J 

-3.3 

Jamieson 

[13] 

Jobst 

[HJ 

-3.7 

-2.8 

-2.0 

-1.7 

Tiifeu 

[15] 

-3.8 

-3.1 

-2.4 

This  work 

-3.0 

-3.0 

-2.3  -2.0 

-2.1 

-2.0  -1.6 

-1.3 

5.  Standard  Reference  Materials 
for  Elevated  Temperatures 

Because  of  the  radiative  term  of  thermal  conductivity  rising  rapidly  with  tempe- 
ratiire,  the  necessity  is  evident  to  use  liquids  of  high  -absorption  for  reference 
purposes  at  elevated  temperatures.  But  there  seem  to  be  no  measured  values  of  suit- 
able materials  sufficiently  reliable.  We  believe  that  phthalic  acid  esters  are  well 
fitted  for  these  purposes.  They  are  to  be  obtained  in  a  very  high  degree  of  purity. 
They  are  nonhygroscopic ,  nontoxic,  liquid  at  room  temperattire  and  have  relatively 
high  boiling  points.  Besides  this,  they  are  nonaggressive  and  resistant  to  chemical 
and  thermal  influences.  We  hope  to  present  results  about  their  thermal  conductivity 
and  its  radiative  term  in  some  time. 
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Figure  2.    Thermal  conductivity  k^ff  as  a 
function  of  the  layer  thickness  at  25  °C. 


Figure  4.    Y  as  a  function  of  the  optical 
thickness  T 
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Figure  6,    Thermal  conductivity  of  liquid 
paraffin  for  several  layer  thicknesses 
extrapolated  at  300  °C„ 


Figure  8.    Thermal  conductivities  of  iso- 
propanol  and  toluene  at  three  layer 
thicknesses. 


The  Thermal  Conductivity  of  Nonmetallic  Elements 

[in  liquid  or  gaseous  state  at  NTP] 
In  Solid,  Saturated  and  Atmospheric  Pressure  States 


P.  E.  Liley 

Thermophysical  Properties  Research  Center 
Purdue  University 
2595  Yeager  Road 
West  Lafayette,  Indiana  47906 


Information  in  the  literature  on  the  thermal  conductivity  of  argon,  bromine,  chlorine, 
deuterium,  fluorine,  helium,  hydrogen,  iodine,  krypton,  neon,  nitrogen,  oxygen,  radon, 
tritium  and  xenon  for  solid,  saturated  liquid  and  vapor  and  gas  at  atmospheric  pressure  has 
been  collected  and  analyzed.   Where  data  were  lacking,  a  variety  of  estimation  methods  have 
been  employed  to  obtain  values.   Most  probable  values  are  suggested  and  departure  plots 
given  where  appropriate  to  show  the  concordance  between  different  data  sets. 


Keywords:  Conductivity,  elements,  gases,  liquids,  recommenced  values, 
solids,  thermal  conductivity,  vapors. 
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Thermal  Conductivity  of  Vitreous  Silica:  Selected  Values'^ 


Lois  C.  K.  Carwile  and  Harold  J.  Hoge 


Pioneering  Research  Laboratory 
U.  S.  Army  Natick  Laboratories 
Natick,  lyfessachusetts  OI76O 


The  published  literature  on  the  thermal  conductivity  of  vitreous  silica  has  been 
assembled  and  the  results  critically  evaluated.     Best  values  of  thermal  conductivity 
as  a  function  of  temperature  have  been  selected.     These  are  presented  in  both 
graphical  and  tabular  form.     They  cover  the  range  80  to  660°  K  and  published  data 
extending  from  3°  to  2100°  K  are  shown  in  the  graphs.    An  attempt  was  made  to  con- 
sult all  work  that  could  significantly  affect  the  choice  of  best  values.  Published 
papers  were  located  with  the  aid  of  Chemical  Abstracts,  Physics  Abstracts,  the 
Thermophyslcal  Properties  Retrieval  Guide,  and  some  other  general  sources.  In 
addition,  relevant  references  in  the  papers  themselves  were  followed  up  until  a 
substantially  "closed  system"  had  been  generated,  as  shown  by  the  fact  that  no  new 
references  were  being  turned  up. 


Key  Words:  Fused  quartz,  fused  silica,  quartz  glass,  radiative  heat  transfer, 
reference  material,  silica,  thermal  conductivity,  vitreous  silica. 


1.  Introduction 

Vitreous  silica  is  an  important  material  in  research,  and  is  used  to  some  extent  in  industry.     It  is 
easily  obtained  in  a  state  of  high  purity.     It  is  chemically  inert  to  most  substances,  including  many 
strong  acids;  hence  it  is  valued  as  a  storage  container,  and  as  a  reaction  vessel  for  chemicals  of  the 
highest  purity.     It  is  much  used  in  optical  work  because  of  its  wide  range  of  transmission.     It  has 
excellent  elastic  properties:  it  transmits  ultrasonic  waves  with  very  little  absorption  of  energy 
(except  at  low  temperatures);  and  fibers  of  it,  being  relatively  immune  to  permanent  set,  make  excellent 
electrometer  suspensions  and  delicate  spring  balances.     Vitreous  silica  has  a  very  small  coefficient  of 
thermal  expansion,  hence  is  highly  resistant  to  thermal  shock.    As  a  refractory,  it  can  withstand 
temperatures  of  1500°K  (l027°C)  for  long  periods,  and  higher  temperatures  for  short  periods.    It  is  an 
excellent  electrical  insulator. 


This  paper  contains  the  material  presented  in  Technical  Report  67-7-PR 
(July  1966)  of  the  U.  S.  Army  Natick  Laboratories,  with  no  significant  change. 

This  paper  reports  research  undertaken  at  the  U.  S.  Army  Natick  (iVfess.) 
Laboratories  and  is  approved  for  publication.     The  findings  in  this  report 
are  not  to  be  construed  as  an  official  Department  of  the  Army  position. 
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Vitreous  silica  is  a  noncrystalline  material  (glass)  of  the  composition  SiOg.     It  is  usually  made 
either  from  large  selected  quartz  crystals  or  from  very  pure  quartz  sand.     It  is  available  in  two  basic 
types:     clear  (transparent)  and  translucent  (satiny,  silky).     Clear  vitreous  silica  is  made  by  melting 
large  crystals  of  quartz,  and  for  this  reason  it  is  often  called  fused  quartz  or  quartz  glass;  however, 
we  prefer  to  reserve  the  word  quartz  for  the  commonest  of  the  crystalline  forms  of  silica,  and  to  refer 
to  the  glass  as  vitreous  silica,  fused  silica,  or  silica  glass.     Sosman  [75]-^  in  his  book  on  silica 
published  in  1927}  accepted  the  name  "vitreous  silica",  and  Laufer  [76]  in  a  more  recent  paper  recommends 
it. 

When  vitreous  silica  is  made  from  sand,  the  translucent  or  satiny  type  is  obtained.  The  satiny 
appearance  is  caused  by  tiny  air  bubbles  that  are  trapped  when  the  material  is  fused,  and  then  are 
elongated  into  striations  when  the  material  is  drawn  or  worked  into  useful  shapes.     The  present  study  is 
almost  entirely  concerned  with  clear,  vitreous  silica,  which  contains  no  trapped  bubbles  of  air  or  other 
gas. 

Vitreous  silica  is  marketed  under  the  names  of  fused  silica,  quartz  glass,  vitreous  silica,  and  also 
under  a  number  of  trade-mark  names.    Among  these  are  Amersil,  Homosil,  Infrasil,  and  Vitreosil;  some  of 
these  names  refer  to  special  varieties  having,  for  example,  high  optical  transmission  in  a  certain  region 
of  the  spectrum. 

Because  vitreous  silica  is  a  highly  reproducible  material  with  suitable  mechanical,  chemical,  and 
refractory  properties,  it  has  been  suggested  as  a  standard  material  for  thermal-conductivity  work.  How- 
ever, we  believe  the  large  radiative  transfer  of  heat  through  vitreous  silica  makes  it  less  desirable 
than  an  opaque  substance  as  a  thermal- conductivity  standard,  at  least  at  high  temperatures.    We  will 
return  to  this  point  later. 

Characterization.  Vitreous  silica  consists  of  a  network  of  tetrahedrons  of  SiOg,  loosely  packed. 
Each  silicon  atom  is  tetrahedrally  s\irrounded  by  k  oxygen  atoms,  and  each  oxygen  is  shared  by  2 
silicons;  but  long-range  order  is  lacking.     In  a  crystal,  all  corresponding  Si-O-Si  bond  angles  are  equal, 
but  in  the  glass  this  angle  varies  somewhat;  also,  according  to  Warren  and  Biscoe  [77] ^  the  orientation 
of  adjacent  tetrahedra  about  these  bonds  is  random  in  the  glass.    The  X-ray  analysis  of  vitreous  silica 
shows  the  short-range,  near-neighbor  order  that  is  characteristic  of  liquids  and  glasses,  but  no  order 
extending  over  a  distance  as  large  as  5  or  i|  times  a  unit-cell  dimension. 

The  density  of  vitreous  silica  has  a  slight  dependence  on  the  rate  at  which  the  material  is  cooled 
from  the  molten  state.  Sosman  [75]  selected  2.203  g  cm  ^  as  the  best  value  for  the  density  of  clear 
vitreous  silica,  and  stated  that  different  samples  were  likely  to  differ  in  density  by  as  much  as  0.001 
percent.  Subsequent  work  gives  little  reason  for  differing  from  Sosman 's  conclusions.     Crawford  and  Cohen 
[15]  observed  both  the  density  and  the  thermal  conductivity  of  vitreous  silica  before  and  after  neutron 
bombardment.     Using  a  hydrostatic  method,  they  found  the  density  at  room  temperature  to  be  2.2002  g  cm 
before  bombardment.     This  value  was  increased  by  2.7  percent  during  bombardment,  but  subsequent  annealing 
substantially  restored  the  original  value.     The  lack  of  long-range  order  in  vitreous  silica  is  associated 
with  an  open  molecular  structure  with  numerous  vacant  sites.     These  vacant  sites  reduce  the  density  of 
vitreous  silica  to  a  value  about  17  percent  less  than  that  of  crystalline  quartz. 

Vitreous  silica  does  not  have  a  sharp  melting  point.  The  crystalline  form  of  silica  that  is  stable 
at  the  higjiest  temperature  is  cristobalite  [75];  it  melts  at  about  1710°C  (1983°K),  and  becomes  a  liquid 
of  high  viscosity. 

Devitrification.     The  high-temperature  limit  of  usefulness  of  vitreous  silica  is  generally  the 
temperature  at  which  devitrification  (crystallization)  occurs,  rather  than  that  at  which  the  material 
begins  to  soften  or  melt.     Below  about  1000°C  (1273°K)  it  shows  no  tendency  to  crystallize,  but  at  1100°C 
and  above,  minute  crystals  gradually  form.     The  crystals  become  visible  when  the  material  is  cooled,  as 
they  undergo  a  transformation  that  gives  them  a  white,  chalky  appearance.     Devitrification  is  accompanied 
by  a  decrease  in  mechanical  strength  and  an  increase  in  tendency  to  shatter.     It  proceeds  more  rapidly 
as  the  temperature  is  raised;  it  may  be  complete  in  i|  to  8  hours,  or  it  may  be  a  matter  of  days.  Devitri- 
fication begins  at  a  surface;  it  is  accelerated  by  water  vapor,  by  alkalis,  and  by  many  other  substances. 
It  is  retarded  when  the  amount  of  oxygen  in  the  vitreous  silica  is  slightly  less  than  stoichiometric  [78]- 
High-quality  transparent  vitreous  silica,  in  the  absence  of  catalysts,  has  been  held  at  1500°C  (1575°K) 


Figures  in  brackets  Indicate  the  llteratxire  references  at  the  end  of  this  paper. 
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for  several  hours  with  only  a  slight  cloudiness  resulting.     The  product  of  devitrification  is  usioally 
crigtobalite,  even  at  temperatures  where  cristobalite  is  not  the  most  stable  form  of  silica. 

Effects  of  OH.    Although  clear  vitreous  silica  made  by  melting  crystals  is  ordinarily  very  pure, 
there  are  usually  traces  of  metals  in  it.     For  some  optical  work,  these  traces  of  metals  must  be  avoided; 
for  this  purpose,  silica  is  made  by  reacting  SiCl4  with  water  and  depositing  the  SIO^  in  the  glassy  state. 
Vitreous  silica  made  from  SiCl4  is  metal-free,  but  it  contains  [79]  a  relatively  large  amount  of  OH, 
which  comes  from  the  water  formed  in  the  reaction.     This  OH  can  amount  to  more  than  0.001  percent  by 
weight,  whereas  vitreous  silica  made  by  melting  natural  crystals  contains  only  about  5  parts  of  OH  per 
million.     This  difference  in  OH-content  causes  small  changes  in  density,  thermal  expansion,  index  of 
refraction,  and  other  properties,  but  perhaps  its  greatest  importance  is  in  spectroscopic  experiments 
that  require  transmission  of  the  OH  frequencies;  the  presence  of  OH  in  the  glass  causes  these  frequencies 
to  be  absorbed.     The  effect  of  OH-content  on  the  thermal  conductivity  of  vitreous  silica  has  not  been 
specifically  studied,  but  presumably  it  is  small  in  comparison  with  the  scattering  of  even  the  better 
data  now  available. 

Satiny  vitreous  silica,  \-values.    As  discussed  earlier,  satiny  vitreous  silica  contains  elongated 
air  bubbles  that  form  striations  in  the  material.     Since  the  selected  values  in  the  present  paper  refer 
to  clear,  rather  than  satiny  vitreous  silica,  we  will  present  here  the  small  amount  of  information  that 
is  available  on  the  difference  in  thermal  conductivity  of  the  clear  and  satiny  varieties.     One  would 
expect  the  striations  to  reduce  the  conductivity,  especially  when  the  direction  of  heat  flow  is  perpen- 
dicular to  the  long  axes  of  the  striations.    However,  the  effect  appears  to  be  rather  small.  Koenig 
and  co-workers  ['^h]  reported  measurements  on  clear  vitreous  silica,  and  on  satiny  material  with  the  heat 
flov7  parallel  to  the  striations.    These  measurements  show  the  X-values  of  the  satiny  type  to  be  about 
1  percent  below  those  of  the  clear  material  in  the  range  kO  to  120°C.     The  authors  did  not  consider  this 
difference  significant,  but  we  note  that  it  is  in  the  direction  to  be  expected.     Later  the  same  group  [35] 
made  similar  measurements  on  two  new  satiny  samples,  one  having  the  striations  parallel,  the  other  per- 
pendicular, to  the  direction  of  heat  flow.    Again,  in  approximately  the  same  temperature  range,  one 
sample  had  a  conductivity  about  3  percent  lower  than  the  other,  but  unfortunately  the  report  does  not 
tell  us  which  sample  was  which.     Both  of  the  sets  of  measurements  just  referred  to  were  made  rather 
early  in  an  extensive  series  of  investigations.     More  accurate  results  were  obtained  later  in  the  work, 
but  the  comparison  between  clear  and  satiny  vitreous  silica  does  not  appear  to  have  been  repeated. 

2.     Selection  of  the  Values 

The  methods  used  in  evaluating  the  experimental  data,  drawing  a  master  curve,  and  preparing  a  table 
of  selected  values  of  the  thermal  conductivity,  \,  will  now  be  described.    As  indicated  earlier,  the 
variety  .of  material  to  which  the  curve  and  tables  refer  is  clear  (transparent)  vitreous  silica.    In  some 
cases  the  same  set  of  experimental  data  has  been  published  in  several  different  papers.    In  such  cases 
we  have  selected  one  of  the  papers  as  the  primary  reference  and  have  listed  the  others  in  the  group  of 
references  "for  which  another  reference  is  preferred."    The  governing  factors  considered  in  the  selection 
of  the  primary  reference  will  be  found  in  the  annotations  to  the  various  references. 

Because  of  the  large  amount  of  data  on  the  thermal  conductivity  of  vitreous  silica  and  the  wide 
range  of  temperature  covered,  three  separate  graphs  have  been  used  to  present  the  data.    All  three 
graphs  start  at  0°K;  one  extends  upward  to  100 °K,  another  to  1000 °K,  and  the  third  to  2100 °K.  The 
results  of  a  particular  research  are  given  in  one  graph  but  are  not  duplicated  in  the  other sj  thus  over- 
crowding of  the  graphs  is  avoided. 

The  values  of  X  selected  and  recommended  for  use  are  given  in  Tables  1  and  2,  and  are  represented  in 
Figs.  1,  2,  and  5       heavy  solid  lines  (the  master  curve).     The  values  were  selected  by  plotting  the 
available  data  on  large-scale  graphs  similar  to  Figs.  1,  2,  and  3-    A  master  curve  was  drawn,  studied, 
revised,  and  tentatively  acdepted.     Values  were  read  from  this  master  curve;  they  were  differenced, 
smoothed,  and  checked  for  consistency  with  the  master  curve.    When  table  and  curve  were  smooth  and 
mutually  consistent,  they  were  accepted.    Table  1  resulted  from  this  process.    Table  2  was  derived  from 
Table  1  and  is  consistent  with  it. 

The  master  curve  and  the  tables  extend  only  from  about  80°  to  about  660°K  (-193°  to  38t°C).  At 
higher  temperatures  there  is  a  dashed  line  joining  with  the  master  curve  and  extending  it.    This  exten- 
sion was  derived  by  using  heat- capacity  data,  and  it  is  believed  to  represent  roughly  the  thermal  con- 
ductivity of  vitreous  silica  in  the  absence  of  radiative  heat  transfer.    The  method  of  deriving  the 
dashed  curve  is  described  later  in  this  report. 
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Thermal  conductivity  of  vitreous  silica 
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Data  Shown  in  Fig.  1.  Figure  1  extends  from  0°  to  1000''K.  It  contains  the  data  from  references  [1] 
to  [11] j  these  references  include  much  but  not  all  of  the  best  data  for  intermediate  temperatures. 

Although  the  master  curve  is  based  on  the  data  in  all  three  figures,  the  data  of  Birch  and  Clark  [1], 
shown  in  Fig.  1,  are  perhaps  the  most  valuable  single  set  of  data.     These  authors  used  a  guarded  hot- 
plate apparatus  and  a  steady- state  absolute  method.    The  temperature  difference  across  the  sample  was 
usually  about  5°K.    Each  test  was  run  in  a  nitrogen  atmosphere  and  again  in  helium,  and  between  the  two 
results  the  thermal- contact  resistances  were  eliminated. 

Considerable  weight  has  been  given  to  the  data  obtained  by  Ratcliffe  [2],  which  cover  the  range  125° 
to  522°K.     Steady-state  measurements  were  made  in  5  different  apparatuses;  each  apparatus  had  the  hot 
plate  sandwiched  between  2  specimens.     Care  was  taken  to  reduce  or  eliminate  contact  resistance,  and 
corrections  were  made  for  lateral  heat  losses.    At  least  12  different  samples  were  measured. 

Valuable  data  were  obtained  by  Kamilov  [3]  from  about  89°  to  about  500°K.    The  apparatus  was  con- 
tained in  a  Dewar  flask  within  another  flask,  with  provision  for  regulating  the  pressure  between  the  walls 
of  the  inner  flask.    One  unusual  feature  of  the  apparatus  was  the  type  of  "thermocouple"  used  to  register 
temperature  equality  between  the  top  shield  and  the  hot  plate.    This  "  thermocouple"  consisted  of  a 
copper  sheet  coated  with  cuprous  oxide;  it  actuated  an  electronic  temperature  controller.    The  published 
data  represent  the  averaged  results  for  k  specimens  with  different  thicknesses. 

Kurepin  and  Platunov  [k]  described  an  apparatus  for  measuring  either  thermal  conductivity  or  thermal 
diffusivity  over  a  wide  range  of  temperature.    In  measuring  V,  heat  was  supplied  so  as  to  get  a  steady 
rate  of  temperature  rise  in  the  entire  sample,  for  example,  0.10  deg/sec,  and  the  temperature  drop  across 
the  sample  was  measured  as  a  function  of  time.    The  amount  of  heat  flowing  was  determined  from  the  known 
heat  capacity  and  temperature  rise  of  a  heat  sink,  which  was  a  core  of  Armco  iron.  Their  data  appear  to 
be  of  good  accuracy. 

Eucken  [5]  used  a  steady-state  hot-plate  method,  and  obtained  surprisingly  good  results  considering 
that  his  apparatus  appears  to  have  been  unguarded. 

Vasil'ev  [6]  used  a  quasi  stationary  (steady-rise)  method  for  39  of  his  plotted  points,  and  a 
transient  method  for  2  points.     He  used  radial  heat  flow  in  a  guarded  cylindrical  apparatus  that  did  not 
require  a  heat  sink.    Automatic  temperature  control  and  recording  were  used,  and  the  data  appear  to  be 
good.    We  note  that  the  data  in  his  Fig.  3  taken  from  Ratcliffe  appear  to  be  incomplete;  and  those  taken 
from  Knapp,  to  be  misplotted. 

Kaye  and  Higgins  [7]  reported  careful  measurements  by  a  comparison  method,  using  aluminum  bars  as 
the  reference  material.    Data  were  obtained  for  3  samples  of  vitreous  silica;  they  are  6  to  8  percent 
lower  than  our  accepted  curve. 

Kingery  and  Norton  [8]  used  2  different  methods.  The  first  method  employed  a  prolate  spheroidal 
envelope;  it  was  an  absolute,  steady-state  method.  The  second  method  was  a  comparative  one.    Their  data 
are  about  h  percent  higher  than  our  accepted  curve;  however,  the  data  are  valuable  because  they  extend 
to  relatively  high  temperatures. 

Bil'  and  Avtokratova  [9]  used  vitreous  silica  as  a  standard  material  for  testing  their  apparatus. 
The  values  found  are  about  8  to  15  percent  lower  than  our  selected  values.  Their  samples  were  stated  to 
be  of  unsatisfactory  purity  and  to  contain  air  pockets. 

The  results  obtained  by  Scholes  [10]  and  by  Koenig  [11]  were  obtained  by  a  comparison  method.  These 
values  are  higher  and  rise  more  rapidly  with  temperature  than  those  we  have  selected. 

Data  Shown  in  Fig.  2.    Figure  2  extends  from  0°  to  100 °K.    In  this  range,  the  work  of  Berman  [12] 
appears  to  be  the  most  reliable.    He  measiired  3  samples  by  a  steady-state  method,  with  a  radiation- 
shielded  apparatus  surrounded  by  a  vacuum  jacket.    The  entire  apparatus  could  be  cooled  by  liquid 
helium  or  other  coolant. 

The  X-values  of  Crawford  and  Cohen  [I3]  increase  very  rapidly  with  temperature,  and  do  not  extrapo- 
late toward  the  accepted  values  at  higher  temperatures  as  Berman 's  do.    Crawford  and  Cohen  attributed 
the  difference  between  their  values  and  those  of  Berman  to  a  difference  in  the  materials  tested,  but  the 
difference  seems  rather  large  for  such  an  explanation. 

Data  Shown  in  Fig.  3.    Figure  3  extends  from  0°  to  2100 °K.    Very  good  data  were  reported  by 
Devyatkova,  Petrov,  Smirnov,  and  Molzhes  [ik] ,  over  a  wide  range  of  temperature.    Their  work  was  under- 
taken to  determine  the  potential  usefulness  of  vitreous  silica  as  a  standard  of  reference  for  measurements 
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of  thennal  conductivity.     They  used  5  different  apparatuses.     Temperature  gradients  were  measured  by 
means  of  thermocouples  fastened  to  metal  pins  inserted  into  holes  drilled  in  the  samples.  Corrections 
were  made  for  lateral  heat  losses.     Their  results  have  significantly  influenced  our  selection  of  best 
values  throughout  the  range  for  which  a  master  curve  and  tables  have  been  given.  As  will  be  seen  below, 
we  believe  that  radiant  energy  transfer  has  caused  the  results  at  higher  temperatures  to  represent  an 
apparent  rather  than  true  thermal  conductivity. 

Seemann  [15]  reported  careful  work  by  a  radial- flow  method  with  2  different  apparatuses  and  a  single 
test  sample.     During  measurements,  both  surfaces  of  the  specimen  were  in  contact  with  liquid  metal: 
mercury  at  ordinary  temperatxires,  lead-tin  eutectic  at  higher  temperatures.     Seemann 's  results  appear 
to  be  about  10  percent  low  in  the  range  of  tempera tiires  for  which  we  have  drawn  a  master  curve.  However, 
at  higher  temperatures  Seemann 's  results  appear  to  be  among  the  most  successful  in  avoiding  radiant-heat 
transfer . 

Ito  [l6]  also  used  the  radial-flow  method.     His  results  are  lower  than  those  of  most  other  workers; 
at  the  lower  end  of  his  range,  he    is  about  20  percent  below  our  master  curve.     Ito's  results  as 
reported  by  Birch  and  Clark  [1]  and  by  Ratcliffe  [2]  in  the  form  of  straight  lines  do  not  agree  with  the 
plotted  points  in  Ito's  paper;  the  discrepancy  can  be  explained  if  we  assume  that  these  authors  used 
Ito's  equation  with  temperatures  in  °K,  whereas  it  is  actually  for  temperatures  in  °C.  Whatever  the 
cause,  the  discrepancy  is  substantial. 

Vishnevskii  and  Dzyubenko  [17]  built  a  guarded  apparatus  for  measuring  X  by  a  transient  method. 
They  report  results  obtained  with  this  apparatus  and  also  by  a  steady- state  method;  the  two  sets  of 
results  show  good  agreement  and  are  represented  by  a  single  curve.  However,  these  values  are  about 
8  percent  lower  than  those  of  our  accepted  curve. 

An  unusual  method,  involving  steep  temperature  gradients,  was  used  by  Wray  and  Connolly  [l8]  to 
measure  X.  of  vitreous  silica  at  high  temperatures  "without  radiative  effects".     Each  sample  was  in  the 
form  of  a  cylindrical  rod  with  a  tungsten  wire  along  the  axis,  so  prepared  as  to  have  continuous 
bonding  between  wire  and  sample  as  shown  by  microscopic  examination.     The  wires  were  of  very  small 
diameter  (O.OOB  cm  or  less),  and  served  as  both  heater  and  thermometer.     Rfom  the  graphs  of  observed 
power  vs.  wire  temperature,  the  slopes  were  determined;  and  these  slopes  were  used  to  find  X.  by  a 
formula  which  Wray  and  Connolly  derived  theoretically.     Their  results  were  presented  as  smooth  curves, 
and  give  values  of  X,  at  higher  temperatures  than  any  other  papers  that  we  have  located.     The  curves  of 
Wray  and  Connolly  remain  substantially  horizontal  at  higher  temperatures,  where  those  of  others  rise 
steeply. 

Observations  at  high  temperatures  were  also  reported  by  Lucks,  Matolich,  and  Van  Velzor  [19]; 
Kingery  and  Norton  [20];  and  Pustovalov  [21].     In  all  these  data  the  steepening  rise  shows  the  presence 
of  radiative  heat  transfer.     Most  observers  made  some  effort  either  to  reduce  or  to  correct  for 
radiative  heat  transfer.    For  example.  Lucks,  Matolich,  and  Van  Velzor  made  some  experiments  with  thin 
low  emissivity  foil  "adjacent  to  the  surface  of  the  transparent  solid  specimens"  (they  used  a  comparison 
method,  with  Armco  iron  as  the  accepted  standard).    They  found  that  the  \-values  obtained  without  foil 
showed  a  more  rapid  increase  than  those  obtained  with  foil,  above  about  i4-50°C  (725°K). 

Kingery  and  Norton  used  J  different  apparatuses;  all  employed  the  comparison  method.     The  paper  of 
Lee  and  Kingery  [6k]  reports  the  same  work  with  a  somewhat  better  description  of  experimental  methods. 

Pustovalov  used  an  apparatus  of  cylindrical  symmetry,  with  an  axial  heater;  the  positions' of  the 
thermocouples  in  the  samples  were  determined  by  using  X-rays  [80].     The  X-values  reported  are  about 
25  percent  lower  than  our  master  curve.     It  is  possible  that  the  porosity  of  the  sample  is  responsible; 
Pustovalov  gives  [69]  the  apparent  porosity  of  his  sample  as  1.0  percent;  but  from  his  measured  density 
(2.06  g  cm  ^)  and  our  accepted  density  (2.20i+),  we  calculate  a  porosity  of  6.5  percent. 

Also  shown  in  Fig.  5  are  the  results  of  Colosky  [22],  and  those  of  Knapp  [23];  these  appear  to  be 
too  high  and  to  rise  too  steeply. 

At  the  higher  temperatures,  the  data  reported  by  almost  all  the  experimenters  lie  above  the  master 
curve  and  the  dashed  curve  that  extends  it  upward.  As  mentioned  earlier,  this  dashed  curve  represents 
our  estimate  of  the  thermal  conductivity  of  vitreous  silica  in  the  absence  of  radiative  heat  transfer. 
The  method  of  obtaining  this  curve  will  be  described  in  the  next  section. 

5.     Nonradiative  Heat  Transfer  at  High  Temperatures 

Thermal  conductivity  as  defined  does  not  include  the  transfer  of  heat  by  either  convection  or 
radiation.     However,  in  many  investigations  of  thermal  conductivity  some  heat  transfer  by  convection  or 

64 


radiation  takes  place  in  the  sample.  When  the  amount  is  small,  this  transfer  is  often  included  with  the 
transfer  by  conduction,  and  an  apparent  thermal  conductivity  is  calculated.     In  the  case  of  vitreous 
silica  such  a  procedure  is  permissible  up  to  about  600°K,  but  as  the  temperature  increases  the  radiative 
heat  transfer  becomes  very  large,  and  it  is  not  desirable  to  lump  it  with  thermal  conductivity. 

The  problem  of  radiative  heat  transfer  is  of  special  importance  in  vitreous  silica  because  the 
substance  is  highly  transparent.     Vitreous  silica  transmits  a  wider  range  of  wave  lengths  than  most 
glasses;  the  range  extends  from  0.2  to  ^4^.0  microns,  approximately,  and  in  addition  there  are  other  bands 
of  transmission  or  partial  transmission  at  longer  wave  lengths. 

In  estimating  the  ordinary  (nonradiative )  thermal  conductivity  of  vitreous  silica  at  high  tempera- 
tures we  can  follow  either  of  two  paths.  We  can  estimate  the  effect  of  radiation  and  substract  it  from 
the  total  observed  heat  transfer,  or,  we  can  assume  a  relation  between  thermal  conductivity  and  some 

other  property  of  the  material  such  as  the  specific  heat  c  ,  and  use  this  to  give  us  X. 

P 

It  is  easy  to  make  rough  calculations  of  radiative  heat  transfer  in  vitreous  silica,  but  much  harder 
to  make  accurate  ones  using  the  absorption  coefficient  appropriate  for  each  wave  length.     We  have  avoided 

such  difficult  and  perhaps  uncertain  calculations  by  assuming  that  X/c    is  a  constant.    Accepting  c  ,  we 

P  p 
have  calculated  the  nonradiative  value  of  X,  and  have  checked  the  results  so  obtained  by  some  rough  cal- 
culations of  radiative  heat  transfer  that  are  described  in  the  next  section. 

It  is  well  known  that  heat  capacity  and  thermal  conductivity  are  closely  related.    According  to  a 
very  simple  theory  X  is  proportional  to  the  product  c^vl,  where  v  is  the  mean  velocity  of  phonons  and 
1  their  mean  free  path.    Our  assumption  that  X/c    is  constant  is  equivalent  to  assuming  that  the 
product  vl  is  constant.    This  assumption  is  used  simply  because  no  better  one  is  at  hand,  and  no  great 
accTiracy  is  claimed  for  it.     If  we  were  to  go  beyond  the  assumption  X/c    =  a  constant,  we  would  assume 
that  this  quantity  decreases  somewhat  with  temperature,  because  increasing  lattice  vibrations  tend  to 
reduce  the  mean  free  path  1. 

Sosman  [reference  75, p.  J,lh]  has  published  a  table  giving  Cp  of  vitreous  silica.    Although  there 
are  more  recent  data  in  some  temperature  regions  than  those  that  Sosman  used,  his  table  is  convenient 
for  our  present  purpose  because  it  covers  a  wide  range,  extending  from  l8°  to  1973°K.    With  c^-values 
from  this  table  and  \-values  from  oior  master  curve,  the  quantity  X/Cp  was  calculated  and  plotted  vs.  T. 
Throughout  the  interval  !+75°  to  623 °K,  this  quantity  had  the  value  I6.6  mg  cm      sec         At  both  ends  of 
the  interval  the  curve  turned  upward.     The  value  I6.6  was  accepted. 

Multiplying  Sosman 's  Cp-values  by  16.6  gave  the  values  of  X  that  are  represented  by  the  dashed 
extension  of  the  master  curve  in  Fig.  3*    This  dashed  curve  we  believe  to  be  a  rough  but  reasonable 
estimate  of  the  thermal  conductivity  of  vitreous  silica  in  the  absence  of  radiative  heat  transfer.  It 
will  be  seen  that  the  results  of  Wray  and  Connolly  [I8],  whose  experiments  were  designed  to  minimize 
radiative  heat  transfer,  are  in  much  better  agreement  with  the  dashed  curve  than  those  of  any  other 
investigator. 

Sosman's  c    values  have  a  change  in  slope  between  l^tOO"  and  1500°K,  which  shows  up  in  our  dashed 
curve.    Whether  this  change  in  slope  is  real  or  is  due  to  experimental  error  we  do  not  know.  The 
uncertainty  in  assuming  X/Cp  to  be  constant  is  so  large  that  the  Irregularity  in  the  dashed  curve  is 
probably  comparatively  unimportant. 

h.     Radiative  Heat  Transfer 

As  a  check  on  the  values  of  nonradiative  heat  transfer  obtained  as  described  above,  a  few  calcula- 
tions of  the  radiative  heat  transfer  to  be  expected  in  vacuum  and  in  our  idealized  model  of  vitreous 
silica  have  been  made.  First  the  "thermal  conductivity"  of  a  "slab  of  vacuim"  1  cm  thick,  with  black-body 
walls,  was  calculated.     Suoh  a  model  would  account  for  the  radiative  heat  transfer  in  a  perfectly  trans- 
parent material  and  might  be  useful  for  a  material  that  was  a  uniformly  gray  absorber  at  all  wave  lengths. 
It  did  not  account  satisfactorily  for  the  sharp  increase  in  slope  shown  by  the  experimental  data  for 
vitreous  silica,  principally  because  it  caused  the  rise  to  occxir  at  temperatures  that  were  too  low. 

Next  we  tried  a  slightly  more  sophisticated  model,  one  in  which  the  sample  of  1  cm  thickness  was 
considered  to  be  a  perfect  transmitter  for  all  radiation  of  wave  lengths  lying  between  0.2  and  4.0 
microns,  and  to  be  perfectly  opaque  to  all  other  wave  lengths.     (Actually,  the  energy  at  wave  lengths 
shorter  than  0.2  n  was  negligible,   so  a  "window"  extending  from  0  to  4.0  n  would  have  given  the  same 
result.  )    This  model  was  quite  satisfactory.    When  the  radiative  "conductivity"  of  the  model  was  added  to 
the  values  of  the  master  curve  and  the  dashed  curve,  the  dot-dash  curve  shown  in  Fig.  5  was  obtained. 
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This  curve  is  a  reasonably  good  representation  of  the  experimental  data  in  which  radiation  was  important. 
Note  that  it  comes  close  to  the  data  of  Kingery  and  Norton,  and  to  those  of  Lucks,  et  al.  "without  foil". 

Since  the  more  sophisticated  model  of  radiative  transfer  and  the  dashed  X-curve  based  on  c  are 
mutually  consistent  they  tend  to  confirm  each  other,  but  even  so  the  breakdown  of  \  into  radiat?ve  and 
nonradiative  parts  can  only  be  considered  a  rough  approximation. 

A  few  remarks  pointing  out  the  weakness  of  the  model  used  above  in  the  calculation  of  radiative 
transmission  are  in  order.    Perfect  transmission  of  radiation  gives  a  conductance  that  is  independent 
of  the  sample  thickness  and  a  conductivity  that  is  proportional  to  sample  thickness.     For  many  wave 
lengths,  vitreous  silica  is  neither  a  perfect  transmitter  nor  a  perfect  absorber,  but  is  intermediate, 
with  a  mean  free  path  for  the  radiation  that  may  be  of  the  order  of  a  few  millimeters.    An  individual 
quantum  will,  on  the  average,  travel  this  distance  before  it  is  absorbed,  but  new  quanta  to  replace 
those  absorbed  will  be  generated  throughout  the  glass. 

Gardon  [8l]  has  summarized  the  theory  of  heat  transfer  within  glass  by  absorption  and  re-emission  of 
radiation.    A  radiative  thermal  conductivity  proportional  to       and  inversely  proportional  to  the 
absorption  coefficient  of  the  glass  is  found.     However,  the  concept  of  a  radiative  thermal  conductivity 
is  not  very  useful  because  it  is  applicable  only  in  the  interior  of  large  samples  and  not  near  the  heat 
source  and  heat  sink  (hot  plate  and  cold  plate).    The  boundary  conditions  when  radiative  heat  transfer 
is  present  are  normally  such  that  the  temperature  gradient  within  the  sample  is  nonuniform,  being 
steeper  near  the  hot  and  cold  plates  than  elsewhere.    We  see  from  this  that  when  the  absorption 
coefficient  has  any  small  non-zero  value  (as  well  as  when  it  is  actually  zero)  the  "radiation  conductiv- 
ity" depends  on  sample  thickness. 

Some  workers  have  reduced  the  effect  of  radiative  heat  transfer  by  using  highly  reflective  metal 
foil  such  as  aluminum  or  platinum,  placed  on  either  side  of  the  sample,  between  it  and  the  hot  and  cold 
plates.    Although  this  arrangement  substantially  reduces  the  amount  of  radiative  heat  transfer,  it  does 
not  eliminate  it.     Even  if  the  foil  had  zero  emissivity  so  that  heat  entered  and  left  the  sample  only  by 
conduction,  a  portion  of  the  heat  would  be  converted  to  radiation  within  the  sample  and  would  travel 
through  the  sample  in  the  form  of  radiation. 

5.    Vitreous  Silica  as  a  Standard  of  Thermal  Conductivity 

Clear  vitreous  silica  exhibits  many  of  the  characteristics  desirable  in  a  standard  material  for 
thermal- conductivity  measurements.    Among  these  characteristics  are  its  high  purity,  uniformity,  low 
thermal  expansion,  and  chemical  inertness.    Vitreous  silica  has  been  used  as  a  standard  by  a  number  of 
investigators;  among  them  Benfield  [27],  Bullard  and  Niblett  [82],  Kamilov  [3],  and  R.  W.  Powell  [67]. 
Noting  the  wide  use  of  vitreous  silica  as  a  calibrating  standard,  Devyatkova,  Petrov,  Smirnov,  and 
Moizhes  [ik]  made  experiments  to  examine  its  suitability  for  this  purpose.     Using  three  different 
apparatuses  in  overlapping  ranges,  they  made  measurements  from  82°  to  ll66°K.     Comparing  their  data  with 
those  of  Berman  [12],  Ratcliffe  [2],  and  Kingery  [60],  they  found  good  agreement,  and  concluded  that 
vitreous  silica  is  suitable  for  use  as  a  standard  substance  in  thermal-conductivity  measurements. 

Although  we  agree  in  part  with  this  conclusion,  we  believe  that  the  usefulness  of  clear  vitreous 
silica  as  a  standard  is  limited  to  low  and  moderate  temperatures,  where  radiation  is  not  important.  As 
was  brought  out  in  the  two  preceding  sections  of  this  paper,  radiative  heat  transfer  in  vitreous  silica 
undoubtedly  exceeds  nonradiative  transfer  at  the  higher  temperatures.    The  agreement  of  the  high- tempera- 
ture data  of  Devyatkova,  et  al.,  with  those  of  Kingery  is  better  than  we  would  expect.     The  sample  used 
by  the  first  group  had  a  thickness  of  1  cm.    The  thickness  of  Kingery 's  sample  was  probably  2.5^*  cm. 
The  relative  importance  of  radiation  in  the  two  samples  would  be  different  and  should  lead  to  different 
apparent  values  of  \.    It  is  possible  that  some  compensating  effect  was  present  that  kept  the  two  sets  of 
results  in  agreement. 

Methods  of  making  vitreous  silica  opaque  have  been  devised,  but  so  far  as  we  are  aware  there  are  no 
measurements  of  the  thermal  conductivity  of  opaque  samples.     If  vitreous  silica  could  be  rendered  opaque 
without  changing  its  thermal  conductivity,  it  would  make  an  excellent  standard  material  for  use  at  any 
temperature  up  to  the  point  where  significant  devitrification  may  occur. 

6.     Reliability  of  the  Tables 

The  tabulated  values  of  X  between  150°  and  450°  K  are  believed  to  be  accurate  to  ±  7  percent^  near 
room  temperature  they  may  be  somewhat  better.    Below  150°  K  the  uncertainty  increases  and  may  reach  ±  12 
percent.    Likewise  above  ^50°  K  the  uncertainty  increases  and  may  be  as  large  as  ±  I5  percent  at  the 
upper  limit  of  the  table. 
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7-     Data  for  Conversion  of  Units 


T  (°R)  =  T  (°K)  X  1.8. 
T  (°K)  =  t  CC)  +  275.15. 
T  (°R)  =  t  (°F)  +  459.67. 

Watt  cm  °K  """cm  ^  =  cal  cm  °K  '''cm  ^sec      x  4.l8ij-0. 
Btu  in.   "R'^ft'^hr"^  =  cal  cm  °K'^cm'^sec'^  x  2902. 9. 
Btu  ft.    °R'^ft'^hr'^  =  cal  cm  °K'^cm"^sec'^  x  2I+I.9I. 
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[12]  Berman,  R.,  The  thermal  conductivities  of  some 
dielectric  solids  at  low  temperatures.  Proc. 
Roy.  Soc.   (London)  A  208,  9O-IO8  (l95l).  We 
have  read  off  and  used  the  plotted  points  in 
the  upper  section  of  Fig.  2  of  Berman 's  paper. 

[13]  Crawford,  J.  H.,  Jr.  and  Cohen,  A.  F.,  The 
effect  of  fast  neutron  bombardment  on  the 
thermal  conductivity  of  silica  glass  at  low 
temperature.     Bull.  Inst.  Intern.  Froid, 
Annexe  I958-I  (1958),  p.  165-72.    These  authors 
give  data  obtained  before  irradiation,  after 
irradiation,  and  after  the  effects  of  irradia- 
tion have  been  removed  by  annealing.  The 
lowest  curve  in  their  Fig.  1  represents  the 
data  obtained  in  the  unirradiated  state  and 
the  data  obtained  after  annealing;  we  liave 
used  both  of  these  sets  of  data. 

9.3.  Containing  Data  Plotted  in  Fig.  3 

[lU]  Devyatkova,  E.  D.,  Petrov,  A.V.,  Smirnov,  I. A. 
and  Mbizhes,  B.  Ya.,  Fused  quartz  as  a  standard 
material  in  heat  conductivity  measurements. 
Fiz.  Tverdogo  Tela  2,  738-ij-6  (i960).    Figure  3 
of  this  paper  contains  3  sets  of  data  obtained 
by  the  authors  and  h  sets  of  data  taken  from 
other  workers.    The  data  of  the  authors  have 
been  read  from  this  figure.    An  English  trans- 
lation of  the  paper  exists  (reference  55 )»  hut 
it  was  considered  preferable  to  take  the  data 
from  the  Russian  original. 

[15]  Seemann,  Herman  E.,  The  thermal  and  electrical 
conductivity  of  fused  quartz  as  a  function  of 
temperatiire.     Phys.  Rev.  119-29  (1928). 

The  data  were  read  from  Fig.  3  of  this  paper. 


[16]  Ito,  Shuyo,  Thermal  conductivity  of  a  trans- 
parent vitreous  silica  tube.     J.  tfezda  Co. 
(Japan)  Vol.  hj  No.  2,  185-8  (1929).  A  copy  of 
this  paper  was  obtained  for  us  from  The  Diet 
Library,  Tokyo,  by  a  Japanese  colleague.  The 
experimental  points  plotted  in  Fig.  5  were 
read  from  the  graph  in  this  paper. 

[17]  Vishnevskli,  I.I.  and  Dzyubenko,  M.I.,  Measure- 
ment of  the  coefficients  of  thermal  conducti- 
vity and  thermal  dlffusivlty  of  refractory 
materials  by  a  transient  method.  Inzh.-Fiz. 
Zhur.,  Akad.  Nauk  Belorussk.  S.S.R.  7,  No.  10, 
ii5-8  (I96i+). 

[18]  Wray,  Kurt  L.  and  Connolly,  Thomas  J.,  Thermal 
conductivity  of  clear  fused  silica  at  high 
temperatures.     J.  Appl.  Phys.       ,  1702-5 
(1959)'    These  authors  give  \-values  only  as 
the  smooth  curves  plotted  in  their  Fig.  5j 
values  have  been  read  from  these  c\jrves. 
Fig.  5  of  reference  [7^]  could  have  been  used 
instead,  but  there  are  slight  differences  in 
the  two  figures,  and  the  present  paper  is 
presumably  the  later  one.    In  our  Fig.  3>  the 
data  for  Wray  and  Connolly  have  been  shown  as 
short  sections  of  smooth  curves  at  100°-inter- 
vals.     There  is  no  correspondence  between 
these  short  sections  and  any  plotted  points  of 
Wray  and  Connolly,  since  these  authors  gave 
their  \-data  only  as  smooth  curves. 

[19]  Lucks,  C.  F.,  Matolich,  J.  and  Van  Velzor,  J.A. 
The  Experimental  Measurement  of  Thermal 
Conductivities,  Specific  Heats  and  Densities 
of  Metallic,  Transparent,  and  Protective 
Materials,  Part  III.    Wright  Air  Development 
Center  AF  Tech.  Rept.  61^5,  Part  III,  March 
195lj-.  71  p.;  AD-95it06.    We  have  used  the  data 
for  vitreous  silica  from  Tables  7  and  8. 

[20]     Kingery,  W.  D.  and  Norton,  F.  H.,  The  measure- 
ment of  thermal  conductivity  of  refractory 
materials.  Quarterly  Progress  Report  for  the 
Period  Ending  January  1,  1955.    U.  S.  At. 
Energy  Comm.  Rept.  mO-Gkk-J  (1955),  16  p.; 
AD-55595.    Data  are  given  in  Fig.  h  of  this 
paper.     They  extend  from  95  to  1214 °C  (368  to 
1487 °K),  but  not  all  have  been  shown  in  our 
Fig.  3.    Those  below  700 °C  are  uniformly 
spaced,  and  we  have  omitted  them  on  the 
assximption  that  they  represent  the  same  data 
that  are  presented  in  reference  [8].    The  data 
at  700 °C  and  above  are  less  regular  and  we  have 
accepted  them  as  new  data.    The  3  highest- 
temperature  points  in  the  present  reference 
are  omitted  because  they  have  ^-values  beyond 
the  range  of  Fig.  3- 
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[21]  Pustovalov,  V.  V.,  Change  of  thermal  conduc- 
tivity of  quartz  glass  in  the  process  of 
crystallization.     Steklo  i  Keram.  YJj  No.  5? 
28-50  (i960).    The  plotted  points  from  the 
top  curve  in  Fig.  3  of  this  paper  have  been 
read  off  and  used  in  our  report.    The  paper 
has  been  translated  into  English  (reference 
68). 

[22]  Colosky,  Benjamin  P.,  Thermal  conductivity 

measurements  on  silica.    Bull.  Am.  Ceram.  Soc. 
51,  U65-6  (1952).     Figure  2  contains  the 
experimental  data.     The  two  upper  curves  refer 
to  crystalline  quartz.    The  bottom  curve 
represents  data  obtained  with  3  different 
samples  of  vitreous  silica.    Two  of  these 
were  clear  and  one  was  smoky,  but  there  is  no 
significant  difference  between  the  \-values 
of  the  3  samples.    The  points  for  all  three 
have  been  read  from  the  graph  and  plotted  in 
oirr  Fig.  3- 

[23]  Knapp,  W.  J,,  Thermal  conductivity  of 

nonmetallic  single  crystals.    J.  Am.  Ceram. 
Soc.  26,  ^4-8-55  (19^+3).    The  vitreous- silica 
data  from  Table  II  of  this  paper  are  plotted 
in  our  Fig.  3>  except  for  the  point  of 
highest  T  and  \,  which  comes  beyond  the  range 
of  the  figure. 

9.4.    Containing  Data  Not  Plotted  in  the  Figures 

These  references  contain  the  data  judged  to 
be  less  important  than  those  in  references  [1]  to 
[23].    The  arrangement  is  alphabetical.    Each  of 
the  references  in  this  group  is  followed  by  a 
brief  annotation,  in  which  the  \-values  reported 
in  the  paper  are  included.    Numerical  values  given 
below  are  in  cal  cm  "''sec  """"C 

[2k]     Ballard,  Stanley  S.,  McCarthy,  KathrynA., 
and  Davis,  William  C,  A  method  for  measuring 
the  thermal  conductivity  of  small  samples  of 
poorly  conducting  materials  such  as  optical 
crystals.     Rev.  Sci.  Instr.  2i;  905-7  (195O). 
A  relative  method  was  used,  but  the  specific 
reference  material  used  in  each  experiment  is 
not  stated.  For  vitreous  silica  they  found 
X  =  0.00282  at  k\°C,  using  a  "Homosil"  sample 
from  the  W.  C.  Heraeus  Co. 

[25]  Barratt,  Thomas,  Thermal  conductivity.  Part 
II:  Thermal  conductivity  of  badly- conducting 
solids.    Proc.  Phys.  Soc.   (London)  27,  8I-93 
(191^).    For  vitreous  silica  of  density  2.17 
g  cm  ^,  the  thermal  conductivity  was  found  to 
be  0.00237  at  20°C,  and  0.00255  at  100°C. 

[26]  Beck,  A.,  A  steady  state  method  for  the  rapid 
measurement  of  the  thermal  conductivity  of 
rocks.    J.  Sci.  Instr.  3ij-,  186-9  (1957).  A 
relative  method  was  used,  with  brass  (cali- 
brated versus  crystalline  quartz)  as  the 


reference  material.  For  vitreous  silica  at 
28°C,  the  thermal  conductivity  obtained  was 
0.00323. 

[27]     Benfield,  A.  E.,  Terrestrial  heat  flow  in 
Great  Britain.    Proc.  Roy.  Soc.  (London) 
A  173,  ^28-50  (1939)-    A  comparison  method 
was  used,  with  brass  bars  as  the  reference 
material.     The  brass  was  calibrated  versus 
crystalline  quartz,  and  the  effect  of  resist- 
ance at  contact  surfaces  was  eliminated  by 
using  h  samples  of  different  thickness.  The 
value  of  \  found  for  vitreous  silica 
(Vitreosil  from  the  Thermal  Syndicate)  was 
0.00317  at  21.1°C. 

[28]     Bullard,  E.  C,  Heat  flow  in  South  Africa. 
Proc.  Roy.  Soc.   (London)  A  I73,  47it-502 
(1939)-     The  thermal  conductivity  of  vitreous 
silica  was  measured  as  a  check  on  the  accur- 
acy of  the  apparatus,  which  had  been  cali- 
brated against  a  crystalline  quartz  sample. 
For  vitreous  silica  at  25°C,  Bullard  found 
\  =  0.00307. 

[29]     Crawford,  J.  H.,  Jr.,  and  Wittels,  M.  C, 

Radiation  stability  of  nonmetals  and  ceramics. 
Proc.  2d  U,N.  Int.  Conf.  Peaceful  Uses  Atomic 
Energy,  Vol.  5^  P-  300-10,  I958.     They  report 
X  =  0.0035  at  30°C;  there  is  also  a  graph 
(Fig.  7)  of  low- temperature  values.  This 
graph  appears  to  be  identical  with  one  in 
reference  [53] 5  reference  [I3]  is  preferred 
over  both. 

[30]     Eucken,  A.,  The  heat  conductivity  of  ceramic 
refractory  materials.     Its  calculation  from 
the  heat  conductivity  of  the  constituents. 
Forschungsh.  353  (Suppl.  Forsch.  Gebiete 
Ingeniem-T/.  B  3^  Mar.  -  Apr.  1932),  I6  p. 
The  data  in  this  paper  appear  to  be  a 
selection  of  values  based  on  previously 
published  work  of  Eucken  [5],  Kaye  and 
Higgins  [7],  and  Seemann  [I5].     However,  if 
this  is  the  case,  the  values  ought  to  be 
about  20  percent  higher.    We  cannot  be  sure 
that  these  values  are  not  based  in  part  on 
new  unpublished  data  obtained  by  Eucken. 

[31]     Gafner,  G.,  The  application  of  a  transient 
method  to  the  measurement  of  the  thermal 
conductivity  of  rocks  and  building  materials. 
Brit.  J.  Appl.  Phys.  8,  393-7  (1957)-  A 
method  of  "^steady  rise"  was  employed;  three 
samples  of  vitreous  silica  were  measiared  in 
one  apparatus  and  three  others  in  another. 
The  mean  of  the  6  measurements  was  \  = 
0.00323  with  a  total  spread  of  6  percent; 
the  temperature  of  all  the  measurements  was 
50°C. 
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[32]  Jakob,  M. ,  The  material  properties  most  im- 
portant in  heat  transfer.     Per  Chemie-Ingenieur, 
A.  Eucken  and  M.  Jakob,  editors,  Akad.  Verlag, 
Leipzig,  1953.     Vol.  1,  Pt.  1,  p.  308-79-  The 
information  on  vitreous  silica,  p.  J)kO-l,  in- 
cludes a  smooth  curve  of  thermal  conductivity 
vs.  temperature,  but  no  plotted  points.  It 
seems  likely  that  this  curve  is  based  on 
previously- published  work  of  other  authors, 
but  we  are  not  sure  that  this  is  the  case. 

[33]  Kaganov,  M.  A.,  Lisker,  I.  S.  and  Chudnovskii, 
A.  F.,  Rapid  method  for  determining  thermal 
conductivity  of  semiconductor  materials. 
Inzh.-Fiz.  Zhur.,  Akad.  Wauk  B.  S.  S.  R.  h, 
No.  3,  110-2  (1961).     By  a  transient  method 
they  found  X  of  vitreous  silica  to  be  O.OO33I, 
at  a  temperature  that  we  take  to  be  approxi- 
mately 12.5°C. 

[3^]  Koenig,  John  H.,  Progress  Report  No.  VI  from 
March  1  to  June  1,  1952.     N.J.  Ceram.  Research 
Sta.,  Rutgers  Univ.,  98  p.;  ATI-I63519.  This 
paper  is  of  interest  because  it  contains  a 
comparison  of  thermal  conductivities  of  clear 
and  silky  vitreous  silica.     For  quantitative 
data  on  clear  vitreous  silica  we  prefer 
reference  [11],  in  which  the  measurements  were 
made  with  improved  equipment. 

[35]  Koenig,  John  H.,  Progress  Report  No.  2  from 
lyferch  1  to  June  1,  1953-    N.J.  Ceramic  Re- 
search Sta.,  Rutgers  Univ.,  II7  p.;  AD-1315it. 
This  paper  contains  a  comparison  of  thermal 
conductivities  of  silky  vitreous  silica 
measured  parallel  and  perpendicular  to  the 
striations.    Although  it  is  not  clear  which 
set  of  data  refers  to  each  form,  the  data 
show  that  there  was  not  much  difference 
between  the  two. 

[36]  Luikov,  A.  v.,  Vasiliev,  L.  L.  and  Shashkov, 
A.  G.,  A  method  for  the  simultaneous  deter- 
mination of  all  thermal  properties  of  poor 
heat  conductors  over  the  temperature  range  80 
to  500 °K,  in  Advances  in  Thermophy s i ca 1  Prop- 
erties at  Extreme  Temperatures,  and  Pressures, 
Third  Symposium  on  Thermophysical  Properties. 
ASME,  Purdue  Univ.,  Mar.  22-25,  1965,  Serge 
Gratch,  editor  (The  American  Society  of 
Mechanical  Engineers,  New  York,  I965),  p.  J)lh-9. 
This  paper  contains  some  ambiguities  or  errors 
that  have  caused  us  not  to  include  the  data 
in  any  of  our  graphs.     The  density  given  for 
the  vitreous  silica  is  2.65O  g  cm  ^,  which  is 
20  percent  higher  than  accepted  values  (it  is 
roughly  the  accepted  density  for  crystalline 
quartz).     The  data  of  other  observers,  plotted 
in  Fig.  6  of  the  present  reference,  appear  to 
be  incorrectly  given,  at  least  in  part.  Also 
the  data  for  vitreous  silica  in  the  present 
reference  are  from  8  to  I7  percent  lower  than 


those  given  by  Vasiliev  [6]  one  year  earlier. 

[37]     Milnes,  M.  V.,  Low- temperature  thermal  con- 
ductivity apparatus.     Worth  American  Aviation 
Inc.,  Rept.  SDL  h08,  9  Sept.  I963,  lit  p.  A 
sample  of  vitreous  silica  was  measured,  pre- 
sumably to  check  out  the  apparatus.  The 
\-value  found  was  .0033j  and  the  sample  mean 
temperature,  which  we  computed  from  the  given 
thermocouple  data,  was  23.1°C. 

[38]     Nuklyama,  Shiro,  The  thermal  conductivity  of 
glass,  chilled  glass,  quartz,  fused  quartz 
(transparent),  Bakelite,  India-rubber,  coal, 
Isolite,  porcelain,  slate,  granite  and  marble. 
Trans.  Soc.  Mech.  Engrs.   (Japan)  2,  3^-^-5 
(1936).     English  abstract,  ibid.,  p.  S-96, 
S-97-    Three  plotted  \-values  for  vitreous 
silica  are  given,  covering  the  range  I5  to  33° 
C.    An  equation  is  given  that  appears  to  re- 
present the  points  satisfactorily.  The 
equation  gives,  at  300°K  (26.85°C): 
\  =  O.OO29I+. 

[39]     Phillips,  L.  S.,  The  measurement  of  thermo- 
electric properties  at  high  temperatures. 
J.  Sci.  Instr.  k2,  209-11  (I965).     The  appa- 
ratus was  so  designed  that  the  Seebeck  coef- 
ficient, the  electrical  resistivity,  and  the 
thermal  conductivity  of  a  specimen  could  each 
be  measured.     The  thermal  conductivity  of 
vitreous  silica  was  measured  in  the  range  160 
■to  595°C  "to  assess  the  behavior  of  the  appa- 
ratus."   The  results  are  given  in  the  form 
of  a  smooth  curve.  In  view  of  this,  and  in 
view  of  the  fact  that  the  apparatus  emphasized 
rapid  operation  rather  than  high  accuracy,  we 
have  not  plotted  the  results  in  any  of  our 
figures.    At  the  lowest  temperature,  Phillips' 
ciorve  is  5  percent  below  our  master  curve;  at 
the  highest  temperature  it  is  l8^  above  it. 

[hO]     Powell,  R.  W.,  Thermal  conductivity  as  a  non- 
destructive testing  technique,  in  Progress  in 
Non-destructive  Testing,  E.  G.  Stanford  and 
J.  H.  Fearon,  editors  (Heywood  and  Company, 
London,  1958),  Vol.  1,  p.  199-226.    The  \- 
value  of  vitreous  silica  at  "about  28°C"  is 
given  as  O.OO35O  in  Table  k  and  again  in 
Table  5-     This  same  value  of  \  was  given 
earlier  by  Powell  in  reference  [67]-  However, 
the  earlier  paper  does  not  give  the  tempera- 
ture of  the  measurement. 

[kl]     Sisman,  0.,  Bopp,  C.  D.  and  Towns,  R.  L., 

Radiation  effects  on  the  thermal  conductivity 
of  ceramics.  U.  S,  At.  Energy  Comm.,  Oak  Ridge 
Natl.  Lab.  Rept.  ORNL-I852,  33-5  (1955)-  The 
value  reported  for  unirradiated  vitreous 
silica  is  O.OO35,  "at  about  hO'C." 
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[1^2]  Weeks,  James  L.  and  Seifert,  Ralph  L.,  Note 
on  the  thermal  conductivity  of  synthetic 
sapphire.    J.  Am.  Ceram.  Soc.  _35,  15  (1952). 
Measurements  made  on  a  6- mm  rod  of  vitreous 
silica  from  Hanovia  Chemical  Company  yielded 
O.OOlU  at  T5°C  and  0.0057  at  135°C. 

9.5.     Containing  Data  for  Which  Another 
Reference  is  Preferred. 

The  arrangement  is  alphabetical. 

[45]  Barratt,  T.,  and  Winter,  R.  M. ,  The  thermal 
conductivity  of  vires  and  rods.    Ann.  Physik 
77,  1-15  (1925).    Condensed  German  translation 
of  2  papers  of  Barratt,  one  of  which  was 
reference  [25]. 

[kk]  Berman,  R.,  Thermal  conductivity  of  glasses 
at  low  tempera txires.     Phys.  Rev.  jGj  3I5-6 
(1949).    This  appears  to  be  the  place  of 
first  publication  of  Herman's  data  on  vitreous 
silica.    However,  we  prefer  to  use  the  fuller 
account,  reference  [12]. 

[4-5]  Berman,  R.,  The  thermal  conductivity  of  dis- 
ordered solids  at  low  temperatures.  Bull. 
Inst.  Intern.  Froid.  Annexe  1952-1  (1952), 
p.  13-20.  This  paper  contains  a  smooth  curve 
for  vitreous  silica;  we  prefer  to  take  the 
data  from  the  plotted  points  of  reference  [12]. 

[h6]  Berman,  R. ,  Thermal  conductivity  of  some 

polycrystalline  solids  at  low  temperatures. 
Proc.  Phys.  Soc.  (London)  A  65,  1029-40 
(1952).    This  paper  contains  7  tabulated 
values  of  \  of  vitreous  silica.  Six  are  at 
low  temperatures,  and  agree  with  those  in 
reference  [12],  which  is  preferred.    The  re- 
maining value  is  for  room  temperature,  and 
we  have  not  found  it  elsewhere  in  Berman ' s 
published  papers;  however,  it  is  given  to 
only  one  significant  figure,  and  we  have  not 
used  it. 

[47]  Berman,  R.,  The  thermal  conductivity  of 
dielectric  solids  at  low  temperatures. 
Advances  Phys.  (London)  2,  105-40  (1955)- 
This  paper  contains  a  smooth  cxirve  for 
vitreous  silica.    Reference  [12]  is  preferred. 

[48]  Berman,  R.,  Klemens,  P.  G.,  Simon,  F.  E.,  and 
Fry,  T.  M. ,  Effect  of  neutron  irradiation  on 
the  thermal  conductivity  of  a  quartz  crystal 
at  low  temperature.    Natiire  166,  864-6  (1950). 
This  paper  contains  a  smooth  curve  of  \ 
versus  temperature,  taken  from  an  earlier 
paper  of  Benran  [44] .    Reference  [12]  is 
preferred. 

[49]  Bil',  V.  S.  and  Avtokratova,  N.  D.,  Tempera- 
ture dependence  of  thermal  conductivity  and 
thermal  diffusivity  of  some  unfilled  polymers. 
Teplofiz.  Vysokikh  Tempera tur,  Aks.d.  Nauk 


S.  S.  S.  R.  2,  192-8  (1964).    We  have  not  yet 
obtained  a  copy  of  this  paper;  it  is  the 
Russian  original  of  [9]. 

[50]  Bopp,  C.  D. ,  Sisman,  0.  and  Towns,  R.  L., 
Radiation  stability  of  ceramics.     U.  S.  At. 
Energy  Comm.  Oak  Ridge  Natl.  Lab.  Rept.  ORNL- 
1945  (Aug.  30,  1955),  55-6.     Reference  [4l]  is 
preferred. 

[51]  Cohen,  A.  Foner,  Low- temperature  thermal  con- 
ductivity in  neutron- irradiated  vitreous  sili- 
ca.    U.  S.  At.  Energy  Comm.  Oak  Ridge  Natl. 
Lab.  Rept.  ORWL-2415,  70-I  (Aug.  51,  1957). 
This  appears  to  be  the  same  work  as  that  re- 
ported in  reference  [I5],  which  we  prefer. 

[52]  Cohen,  Anna  Foner,  Low  temperature  thermal 

conductivity  of  nonmetals  including  radiation 
effects,  in  Low  Temperature  Physics  and 
Chemistry,  Proc.  Fifth  Intern.  Conf .  on  Low 
Temperature  Phys.  and  Chem.   . . .  1957^  Joseph 
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Figure  2.    Theirmal  conductivity  data  of  references  [iz]  and  [13]  .    The  master  curve  begins  at  80 


75 


76 


Development  of  High  Temperature  Thermal  Conductivity  Standards 


Arthur  D.  Little,  Inc. 
Cambridge,  Massachusetts  021A0 

and 

Merrill L .  Minges^ 

Air  Force  Materials  Laboratory 
Wright-Patterson  Air  Force  Base,  Ohio  45433 


The  continued  use  of  high-temperature  materials  has  led  to  the  requirements  for 
accurate  thermal  conductivity  and  thermal  diffusivity  standards.     The  program  described 
herein  encompasses  an  analytical  and  experimental  study  to  establish  high-temperature 
thermal  conductivity  and  thermal  diffusivity  standards  and  to  test  these  standards  at 
several  property  measurement  laboratories.     Candidate  ceramics,  intermetallics ,  metals, 
and  graphites  were  selected  and  used  in  a  preliminary  laboratory  evaluation  consisting 
of  heating  tests,  visual  and  microscopic  examination,  and  room-temperature  thermal 
conductivity  and  electrical  resistivity  measurements.     On  the  basis  of  test  results, 
alumina,  thoria,  tungsten,  and  RVD  and  AXM-5Q1  graphites  were  chosen  for  the  labora- 
tory measurement  program.     Specifications  written  for  these  materials  and  the  results 
of  receiving  inspection  and  density  measurements  of  the  samples  obtained  are  presented. 
The  status  of  measurements  at  participating  laboratories  is  briefly  described. 


Key  Words:     Alumina,  conductivity  standards,  diffusivity  standards,  graphite, 
high  temperature  thermophyslcal  properties,  thermal  conductivity,  thermal 
diffusivity,  thoria,  tungsten. 


1.  Introduction 


The  increased  importance  of  high-temperature  materials  has  led  to  the  requirements  for  accurate 
thermal  property  data  for  design  purposes.     Measurements  of  thermal  conductivity  and  diffusivity  have 
been  limited  in  their  applicability  by  the  unavailability  of  basic  reference  standards  to  evaluate  and 
calibrate  thermal  property  measurement  apparatus.     The  selection  of  calibration  standards  for  use  at 
temperatures  up  to  1200°C  (2200°F)  has  been  proceeding  for  several  years;  laboratories  have  participated 
in  round-robin  tests  evaluating  tentative  standard  materials,  such  as  Armco  iron,  Pyrex  glass,  and 
Pyroceram  Code  9606. 

The  objectives  of  this  program  are  to  establish  high-temperature  thermal  conductivity  and  thermal 
diffusivity  standards  and  to  test  these  standards  at  several  thermal  property  measurement  laboratories. 
The  program  is  being  carried  out  in  two  phases:     Phase  I  consisted  of  the  identification,  selection, 
characterization  and  preliminary  evaluation  of  candidate  standard  materials.     Phase  II  consists  of 
specification  of  sample  materials,  a  test  program  at  participating  laboratories,  and  detailed  examination 
of  the  thermal  property  data  obtained. 

This  paper  summarizes  the  results  of  the  Phase  I  program,  presents  materials  specifications  and  ' 
the  results  of  visual  examination  and  density  measurements  of  the  samples,  and  reviews  the  status  of 
the  Phase  II  laboratory  test  program. 

2.     Phase  I — Materials  Selection  and  Evaluation 

2.1.     Preliminary  Materials  Selection 

To  initiate  the  program,  we  chose  potential  candidate  materials  from  those  for  which  thermal  prop- 
erty measurements  had  been  reported  in  the  literature.    Materials  which  were  obviously  unsuitable  because 
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of  their  low  melting  points  were  not  considered  further.     Other  materials  were  rated  on  a  qualitative 
scale  accordir.g  to  criteria  such  as  phase  change,  melting  point,  sample  reproducibility,  availability, 
isotropy,  homogeneity,  microstructure  stability,  vapor  pressure,  mechanical  strength,  f abricability , 
shelf  life,  and  cost.     Materials  were  categorized  as  ceramics,  intermetallics ,  metals,  and  graphites  to 
aid  their  comparison,  to  provide  for  selection  of  potential  standards  which  would  cover  a  broad  range  of 
thermal  conductivities   (0.1  to  100  watt    m~^   °C~'')  and  to  select  candidates  for  use  in  vacuum,  oxidizing, 
reducing  or  graphitic  environments.     The  materials  chosen  for  further  experimental  evaluation  were: 

Ceramics  -     AI2O3,  BeO,  CaZrOs,  Th02 ,  and  Zr02   (Y2O3  stabilized) 

Intermetallics     -     Bi^C,  SiC,  TiC,  ZrB2 

Metals  -    Mo,  Mo-30W,  Ta,  Ta-lOW,  W 

Graphites  -     Union  Carbide  Corp.  -  ATJ,  CEQ,  and  RVD 

Pure  Carbon  Co.  -  PO-3  and  DS-13 

Poco  Graphite,  Inc.  -  1924-H 

Spear  Carbon  Co.  -  7890 

Ultra  Carbon  Co.  -  XUT-31  and  UF4S 

Figures  1  and  2  show  the  approximate  thermal  conductivity  of  these  materials  as  a  function  of  temperature. 

2.2.     Sample  Procurement 

Specifications  for  materials  which  were  not  commercial  products  were  established,  and  samples  in 
sizes  an3  .shapes  similar  to  those  required  for  thermal  conductivity  and  diffusivity  apparatus  were  ob- 
tained from  qualified  suppliers.     Table  1  shows  the  materials  used,  the  suppliers  and  the  general  sample 
characteristics.     The  samples  were  examined  visually  upon  receipt  and  compared  with  the  purchase  speci- 
fications.    All  samples  were  accepted  for  preliminary  experimental  evaluation,  even  though  some  of  them 
differed  from  the  purchase  specification. 


Table  1.     Materials  Used  in  Preliminary  Laboratory  Evaluation 


Sample 

Supplier 

Sample  Size 

Remarks 

Ceramics 

Alumina 

Coors  Porcelain  Co. 
Golden,  Colorado 

(1) 

AD-995  composition,  poly- 
crystalline,  sintered 
alumina 

Beryllia 

National  Beryllia  Corp. 
Haskell,  N.  J. 

(1) 

Berlox  composition,  99.5% 
BeO,  polycrystalline, 
sintered  beryllia 

Brush  Beryllium  Co. 
Elmore,  Ohio 

(1) 

Thermolox  99.5  composi- 
tion, polycrystalline, 
sintered  beryllia 

Calcium  Zirconate 

Zirconium  Corp.  of  America 
Solon,  Ohio 

(1) 

99.5%  pure,  polycrystal- 
line, sintered  material 

Zirconia 

Zirconium  Corp.  of  America 
Solon,  Ohio 

(1) 

Polycrystalline,  sintered 
material,  stabilized  with 
12  mole  %  yttrla 

Thoria 

National  Beryllia  Corp. 
Haskell,  N.  J. 

(1) 

Thorox  composition,  99.5% 
pure,  polycrystalline, 
sintered  material 

Intermetallics 

Boron  Carbide 

Carborundum  Co. 
Niagara  Falls,  N.  Y. 

(2) 

90+%  dense,  76  wt%  Boron, 
pressed  samples 

Silicon  Carbide 

Norton  Co. 
Worcester,  Mass. 

(2) 

Crystalon  R  grade 

Carborundum  Co. 
Niagara  Falls,  N.  Y. 

(2) 

KT  grade 

Titanium  Carbide 

Carborundum  Co. 
Niagara  Falls,  N.  Y. 

(2) 

95%  pure 
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Titanium  Carbide 

Norton  Co. 
Worcester,  Mass. 

(2) 

96-98% 

pure , 

79.7%  Ti 

Zirconium  Diboride 

Carborundum  Co. 
Niagara  Falls,  N.  Y 

(2) 

95%  pure,  79%  Zr 

Norton  Co. 
Worcester,  Mass. 

(2) 

98%  pure,  78%  Zr 

Metals 

Mo  lybdenum 

Climax  Molybdenum 
New  York,  N.  Y. 

(1) 

Arc  melted. 

wrought  bar 

Molybdenum- 30% 
Tungsten 

Climax  Molybdenum 
New  York,  N.  Y. 

(1) 

Arc  melted. 

wrought  bar 

Tantalum 

National  Research  Corp. 
Cambridge,  Mass. 

(1) 

Arc  melted. 

wrought  bar 

Tantalum-10% 
Tungsten 

National  Research  Corp. 
Cambridge,  Mass. 

(1) 

Arc  melted. 

wrought  bar 

Tungsten 

Fansteel  Metallurgical  Corp. 
Chicago,  Illinois 

3/4"  dia  bar 

Pressed 
wrought 

and 
bar 

sintered , 

Universal- Cyclops 
Bridgeville,  Penn. 

y/io    dia  bar 

Arc  melted. 

wrought  bar 

Graphites 

Grade  RVD 

Union  Carbide  Corp. 
Parma,  Ohio 

5"  X  5"  X  3" 

Density 

1.88 

gm/ cm^ 

CEQ 

Union  Carbide  Corp. 
Parma,  Ohio 

5"  X  5"  X  3" 

Density 

1.53 

gm/ cm^ 

ATJ 

Union  Carbide  Corp. 
Parma,  Ohio 

5"  X  5"  X  3" 

Density 

1.77 

gm/cm^ 

7890 

Spear  Carbon  Co. 
St.  Marys,  Penn. 

5"  X  2"  X  10" 

Density 

1.47 

gm/cm^ 

1924-H 

Poco  Graphite,  Inc. 
Garland ,  Texas 

1  3/4"  dia  x  6" 

Density 

1.84 

gm/ cm^ 

PC— 3 

Pure  Carbon  Co. 
St.  Marys,  Penn. 

1"  dia  X  2" 

Density 

1.82 

gm/cm^ 

XUT-31 

Ultra  Carbon  Co. 
Bay  City,  Michigan 

1"  dia  X  12" 

Density 

1.67 

gm/cm^ 

Ultra  Carbon  Co. 
Bay  City,  Michigan 

1"  dia  X  12" 

Density 

1.72 

gm/ cm^ 

Sample  Size: 

(1) 

2  1/2"  dia  X  1/2"  thick 
thick  disc 

disc  with  1/2"  dia  center 

hole  and  5/8"  dia  x  1/8" 

(2) 

2 

1/2"  dia  x  1/2"  thick 

disc 

2.3.     Experimental  Evaluation 

The  experimental  evaluation  program  consisted  of  visual  examination  of  the  samples  and  comparison 
with  the  specifications,  density  measurements,  microstructural  examination,  heating  tests,  preliminary 
thermal  conductivity  measurements,  and  electrical  conductivity  measurements.     Ceramics,  metals,  and 
intermetallics  were  heated  in  a  vacuum  environment  at  temperatures  up  to  2200°C  (4000°F)  for  up  to  24 
hours  per  test  cycle.     Graphites  were  heated  in  a  graphite  and  atmospheric  pressure  argon  environment 
at  temperatures  up  to  2300°C  (4200°F)  for  similar  durations.     Preliminary  thermal  conductivity  measure- 
ments were  made  at  room  temperature  in  a  cut  bar  apparatus;  measurement  precision  ranged  between  +  2  and 
+  3%,  depending  upon  the  samples  used.     Electrical  resistivity  was  measured  at  room  temperature  and  at 
liquid  nitrogen  temperature  using  the  d.c.  four-point  method  with  an  apparatus  and  instrumentation 
capable  of  +  1  to  +  2%  precision.     The  objective  of  these  thermal  conductivity  and  electrical  resistivity 
measurements  was  to  assess  changes  in  the  samples  caused  by  heat  treatment.     Details  of  the  apparatus 
and  test  methods  are  given  in  the  report  on  the  Phase  I  program  [1]^. 


'Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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Among  the  ceramics,  aluminum  oxide  and  thorium  oxide  were  found  to  be  suitable  for  further  evalu- 
ation in  the  standards  program  because  tests  indicated  that  any  changes  in  their  structure  or  thermal 
properties  induced  by  heat  treatment  were  small  and  would  not  affect  the  application  of  these  materials 
as  standards.     Beryllium  oxide  was  rejected  from  further  consideration  because  of  its  high  vaporization 
rates  in  vacuum  and  because  its  unpredictable  high-temperature  reactions  could  result  in  toxicity  prob- 
lems.    Calcium  zirconate  was  rejected  because  of  its  poor  sample  reproducibility,  its  significant  va- 
porization at  moderate  temperatures,  and  its  reaction  with  refractory  metals  and  ceramics  used  in  typical 
measurement  apparatus.     Yttria  stabilized  zirconia  was  rejected  because  of  its  reaction  with  refractory 
metals,  its  apparent  change  in  physical  and  chemical  composition  (resulting  in  a  change  in  thermal 
properties)  on  heating,  and  its  high  vaporization  rates  at  high  temperatures. 

None  of  the  intermetallic  candidate  materials  was  found  suitable  for  continued  use  in  the  program. 
Boron  carbide  was  unsatisfactory  because  the  high  rate  of  vaporization  at  low  temperatures  causes  the 
preferential  vaporization  of  boron  and  thus  changes  its  physical  and  chemical  properties.  Commercially 
available  silicon  carbide  was  unsatisfactory  because  of  the  high  rate  of  vaporization  of  silicon  in 
vacuum  and  the  accompanying  change  in  chemical  composition.     Titanium  carbide  was  rejected  because  of 
the  difficulties  in  obtaining  reproducible  samples,  lack  of  control  of  stoichiometry ,  and  rapid 
volatilization  at  moderate  temperatures.     Zirconium  diboride  appeared  to  be  the  most  promising  of  the 
intermetallic  materials.     However,  high  vaporization  rates  resulting  in  a  preferential  loss  of  boron, 
changes  in  thermal  conductivity  on  heating,  and  difficulties  in  obtaining  reproducible  samples  of  con- 
trolled stoichiometry  indicate  that  this  material  should  not  be  used  as  a  standard  in  its  present  state 
of  development. 

Arc  cast  tungsten  was  selected  as  the  most  suitable  candidate  metal  because  heat  treatment  up  to 
2200°C  (4000°F)  did  not  significantly  change  its  thermal  and  electrical  properties  or  produce  effects 
known  to  detract  from  its  use  as  a  standard.     Changes  in  the  thermal  and  electrical  properties  of  arc- 
melted  tantalum  after  heating  were  also  minimal;  however,  tungsten  was  preferred  to  tantalum  because  it 
has  greater  physical  and  chemical  stability  at  high  temperatures.     Molybdenum  and  molybdenum-30%  tungsten 
were  rejected  because  of  their  high  vaporization  rates  and  their  lower  maximum  use  temperatures  compared 
to  the  other  refractory  metals.     Tantalum-10%  tungsten  was  rejected  because  of  difficulties  in  obtaining 
samples  of  reproducible  composition  and  changes  in  thermal  and  electrical  properties  after  heat  treat- 
ment.    Pressed  and  sintered  tungsten  was  not  considered  for  further  use  because  of  intergranular  crack- 
ing at  high  temperatures  and  resultant  changes  in  thermal  and  electrical  properties. 

On  the  basis  of  our  preliminary  experimental  examination,  it  was  difficult  to  distinguish  between 
acceptable  and  non-acceptable  graphites.     However,  available  manufacturers'  data,  the  data  in  the 
literature,  and  our  experiments  indicate  that  Union  Carbide  Corporation's  grade  RVD  and  Poco  Graphite, 
Inc.'s  grade  1924-H  are  the  most  suitable  materials.     Grade  RVD  is  recommended  by  its  homogeneity, 
reproducibility,  and  the  long  experience  in  its  production;  its  principal  disadvantage  is  anisotropy. 
Grade  1924-H  is  very  isotropic  compared  to  other  graphites. 

3.     Phase  II — Sample  Specification,  Procurement  and  Preparation  ,  > 

3.1.     Sample  Specification  and  Procurement 

The  alumina,  thoria,  and  graphite  samples  for  Phase  II  were  to  be  obtained  from  the  suppliers  who 
provided  Phase  I  samples.     The  specifications  for  these  materials,  except  for  dimensions,  were  the  same 
as  those  used  in  Phase  I.     Because  of  the  sample  sizes  required  and  the  limited  availability  of  large- 
diameter  arc-cast  tungsten,  samples  were  obtained  from  Climax  Molybdenum  Corp.  rather  than  from 
Universal-Cyclops  Steel  Corp.     The  material  specification  was  almost  identical  to  that  used  previously. 

In  Phase  I  we  used  a  Poco  Graphite,  Inc.,  sample  designated  1924-H.     During  the  program  the  desig- 
nation was  changed  to  AXF-5Q1.     (The  symbols  designate  the  type  and  condition  of  the  material:  e.g., 
A  indicates  fine  grain,  X  indicates  graphitization,  F  indicates  the  high  density  range,  5  indicates 
graphitization  at  2500°C,  and  1  indicates  a  purified  product.) 

The  information  we  received  at  the  completion  of  Phase  I  indicated  the  desirability  of  using  grade 
AXM-5Q1,  to  improve  sample  reproducibility  and  to  make  the  material  more  valuable  as  a  standard.  Grade 
AXF-5Q1  is  of  very  high  density;  the  material  is  available  only  in  small  sample  sizes  and  there  may  be 
more  variation  in  density  across  individual  sample  billets  or  bars.     This  grade  is  produced  on  a  limited 
basis;  but,  because  of  its  high  density  and  high  mechanical  strength,  it  has  been  of  considerable  in- 
terest to  aerospace  companies.     Grade  AXM-5Q1  is  similar  in  all  respects  to  grade  AXF-5Q1  except  that 
the  molding  pressure  is  less,  the  density  is  lower,  and  the  density-related  properties   (strength  and 
conductivity)  are  correspondingly  lower.     Because  grade  AXM-5Q1  is  available  in  larger  sizes  than 
AXF-5Q1  and  should  have  less  variation  of  properties  in  a  particular  billet,  it  was  selected  for  Phase 
II.    Materials  specifications  for  Phase  II  are  given  below: 

a.     Aluminum  Oxide — Coors  Porcelain  Co. 

Aluminum  oxide  to  be  used  as  a  standard  for  determination  of  thermal  conductivity  and  thermal  dif- 
fusivity.     To  ensure  homogeneous  density  and  reduce  internal  stresses  the  material  is  to  be  fabricated 
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by  isostatic  pressing.     Fired  pieces  must  be  free  of  cracks,  visible  discolorations  or  inclusions,  and 
be  uniform  in  color.     The  microstructure  must  be  uniform  within  the  specification  and  free  of  second 
phase.     Fired  pieces  must  conform  to  the  following  specification: 

Grade  AD  995 

Chemical  Purity  99.5%  Alpha  AI2O3  (nominal) 

Chromium  Content  0.20  +  0.05% 

Sintered  Density  3.84  gm/cm^  typical,   3.80  gm/cm^  minimum 

Water  Absorption  Zero 

Maximum  Average  Grain  Size        25  microns 

Surface  Finish  55  micro  inches  maximum 

Edges  to  be  left  sharp  as  ground.  A  representative  analysis  of  the  finished  product  must  be  supplied; 
lot  identification  and  sintering  temperature  must  be  given.  All  samples  are  to  be  packed  individually 
to  eliminate  damage  in  shipment. 

b.     Thorium  Oxide — National  Beryllia  Corp. 

Thorium  oxide  to  be  used  as  a  standard  for  determination  of  thermal  conductivity  and  thermal  diffu- 
sivity.     To  ensure  homogeneous  density  and  reduce  internal  stresses  the  material  is  to  be  fabricated  by 
isostatic  pressing  then  sintered.     The  fired  pieces  must  be  free  of  cracks,  visible  discolorations  or 
inclusions  and  must  be  uniform  in  color.     The  microstructure  must  be  uniform  within  the  specification 
and  free  of  second  phase.     Fired  parts  must  conform  to  the  following  specification: 

Grade  Thorox 

Chemical  Purity  99.9%  cubic  Th02  (minimum) 

Sintered  Density  9.2  +  0.1  gm/cc 

Water  Absorption  1.0%  maximum,  0.1%  typical 

Maximum  Average  Grain  Size  30  microns 

Surface  Finish  55  micro  inches  (maximum) 

The  chemical  composition  of  the  starting  powder  and  a  representative  analysis  of  the  finished  product 
must  be  supplied;  lot  identification,  sintering  time  and  temperature  must  be  given.     All  samples  are  to 
be  packed  individually  to  eliminate  damage  in  shipment. 

c.     Tungsten — Climax  Molybdenum  Co. 

Arc-cast  tungsten — extruded  and  stress  relieved — to  be  used  as  a  standard  for  determination  of 
thermal  conductivity  and  thermal  diffusivity. 

General  Composition:  ■   .  . 

W    99.87%  min  Sn  less  than  20  ppm  Mn  less  than  10  ppm  Co  less  than  10  ppm 

Mo  0.1%  max  Pb  less  than  20  ppm  Si  less  than  20  ppm  Al  less  than  20  ppm 

Ni  0.001%  max  O2   less  than  30  ppm  Cr  less  than  10  ppm  Cu  less  than  10  ppm 

Fe  0.003%  max  N2  less  than  30  ppm  V    less  than  10  ppm  Mg  less  than  10  ppm 

C    0.005%  max  H2   less  than  5  ppm  Ti  less  than  10  ppm 

Identification:  The  material  is  to  be  identified  according  to  heat  number,  the  identifying  symbol 

or  number  to  be  marked  on  'each  rod  or  bar.     The  chemical  composition  of  the  heat  and  the  conditions  of 

stress  relieving  are  to  be  given. 

Inspection:     All  samples  are  to  be  inspected  using  a  dye-penetrant  technique  and  an  ultrasonic  tech- 
nique to  assure  freedom  from  defects;  the  material  is  to  be  free  of  defects  such  as  slivers,  cracks, 
and  seams. 

d.     RVD  Graphite — Union  Carbide  Corp. 

RVD  graphite  to  be  used  as  a  standard  for  determination  of  thermal  conductivity  and  thermal  diffu- 
sivity.    Pieces  must  be  free  of  cracks  and  inclusions  and  conform  to  the  following  chemical  and 
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mechanical  specifications.  The  direction  of  the  grain  is  to  be  marked  on  each  piece,  and  the  heat  or 
batch  number  is  to  be  Indicated. 


Grade 

Characteristic 
Structural'  Class 
Grain  Size  Range 
Particle  Size 
Density 

Electrical  Resistivity 
Coefficient  of  Thermal  Expansion 
Process  Temperature 


RVD 

Two-fold  anisotropic 
High  density 
Medium 

0.016"  (maximum) 

1.86-1.92  gm/cm^   (average  density  1.89  gm/cm^) 

1260  +  20%  micro  ohm-cm  variation  within  the  lot  +  10% 
(measured  with  grain) ; 

2000  +  20%  micro  ohm-cm  variation  within  the  lot  +  10% 
(measured  across  grain) 

3.0  X  10-^  (+  20%)  in/in°C  variation  within  the  lot  +  10% 
(measured  across  grain) ; 

1.7  X  10"^  (+  20%)  in/in°C  variation  within  the  lot  +  10% 
(measured  with  grain) 

2800''C 

e.     AXM-5Q1  Graphite — Poco  Graphite,  Inc. 

AXM-5Q1  graphite  to  be  used  as  a  standard  for  determination  of  thermal  conductivity  and  thermal 
diffusivity.     Pieces  must  be  free  of  cracks  and  inclusions  and  must  conform  to  the  following  chemical 
and  mechanical  specification.     The  direction  of  the  grain  is  to  be  indicated. 


Grade 

Characteristic 
Structural  Class 
Grain  Size  Range 
Particle  Size 
Density 

Compressive  Strength 
Electrical  Resistivity 
Coefficient  of  Thermal  Expansion 
Process  Temperature 


AXM-5Q1  (special  density) 

Isotropic 

Medium 'density 

Fine 

0.001  inch  (maximum) 
1.74-1.76  gm/cm® 
14,000  psi  (minimum) 
1750  +  20%  micro  ohm-cm 

6.3  X  10"^  in/in°C  (room  temperature  to  100°C) 
2500°C 


Alumina  and  thoria  samples  were  obtained  in  the  sizes  required  for  the  apparatus  to  be  used  in  the 
participating  laboratories  (see  Section  3.3).     Tungsten  was  ordered  as  bar  stock  and  machined  to  the 
sizes  required.     Graphites  were  ordered  in  billet  form  and  machined  to  size  after  non-destructive  tests 
had  been  completed. 

3.2.     Sample  Inspection  and  Preparation 

The  sample  materials  were  visually  inspected  upon  receipt  and  the  densities  of  finished  samples  and 
bulk  material  were  measured.     Microstructural  examination  and  chemical  analysis  of  samples  are  in  pro- 
gress.    Significant  observations  are  noted  below;  Table  2  summarizes  density  measurements  on  samples. 
The  samples  distributed  to  test  laboratories  have  been  further  selected  to  reduce  the  density  variation. 

a.     Alumina  ■  \ 

Finished  alumina  samples  appeared  to  be  of  good  quality  with  minimum  surface  defects.     A  slight 
color  variation  was  noted  on  disc  samples  (2"  dia  x  1/2"  thick);  more  pronounced  variation  was  noted  on 
rod  samples  (1/4"  and  3/8"  dia).     Dimension  tolerances  were  within  the  +  0.003"  specified,  and  sample 
flatness  was  within  the  specification  of  0.002"  TIR. 
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Table  2.     Densities  of  Samples  Obtained  for  Use  in  Phase  II 


Size 

Number 

Average  Density 

Average  Deviation 

Density  Range 

Tes  ted 

gm/cm^ 

gm/cm^ 

gm/cm^ 

Alumina 

2"  dia  disc 

48 

3 

807 

0. 

005 

3 

786-3.824 

3/8"  dia  rod 

11 

3 

782 

0. 

006 

3 

770-3.794 

1/4"  dia  rod 

11 

3 

801 

0. 

008 

0 

J 

/ /y- 3. o23 

Thoria 

2"  dia  disc 

55 

9 

256 

0. 

045 

9 

137-9.399 

3/8"  dia  rod 

10 

9 

293 

0. 

026 

9 

24  -9.37 

1/4"  dia  rod 

4 

9 

288 

0. 

033 

9 

25  -9.34 

AXM-5Q1  Graphite 

2"  X  4"  X  6" 

20 

1 

75  7 

0. 

006 

1. 

747-1. 766 

4"  dia  X  12" 

3 

1 

759 

0. 

007 

1. 

748-1.766 

As  shown  in  Table  2,  the  density  of  the  disc  samples  is  at  the  low  end  of  the  specification  range, 
and  the  rod  samples  are  in  many  cases  outside  the  specification  range.     We  have  selected  specific  samples 
for  use  in  conductivity  and  diffusivity  measurements  based  upon  these  values  and  have  attempted  to  use 
materials  of  constant  density  for  different  measurement  methods,  where  possible.     It  should  be  possible 
to  correct  the  data  obtained  for  these  density  variations.     Note  that  within  any  given  type  of  specimen, 
good  uniformity  is  obtained. 

b.  Thoria 

Thoria  samples  were  of  apparent  good  quality  with  minimum  surface  defects.     A  color  variation  from 
light  to  dark  yellow  was  observed.     Sample  edges  w'ere  sometimes  dark  and  grayish.     Principal  sample  de- 
fects were  chips  on  the  edges  and  color  centers  in  several  samples.     Samples  were  within  the  dimension 
tolerance  specified. 

As  shown  in  Table  2,  the  average  density  values  are  within  the  specified  limits  although  several 
specific  samples  were  outside  the  range.     The  density  range  and  average  deviations  are  significantly 
larger  for  the  thoria  samples  than  for  alumina  samples. 

c.  Tungsten 

Visual  examination  of  tungsten  samples  showed  no  significant  defects.     Samples  were  generally 
within  the  tolerances  specified  and  were  machined  to  tolerances  similar  to  the  alumina  and  thoria 
specimens.     The  measured  density  of  all  machined  samples  was  approximately  19.23  gm/cm^. 

d.     AXM-5Q1  Graphite 

Cursory  visual  inspection  of  AXM-5Q1  graphite  showed  no  obvious  flaws  or  defects.     As  indicated  in 
Table  2,  there  was  little  variation  in  the  bulk  density  of  the  billets  and  bars  of  this  material.  How- 
ever, NDT  radiometric  density  determinations  carried  out  at  Avco  Corporation  on  these  samples  showed 
local  variations  of  up  to  +  4%  in  density  over  a  single  block.     To  reduce  the  effects  of  these  variations, 
we  have  prepared  density  maps  of  the  individual  graphite  billets  and  bars  and  carefully  selected  certain 
portions  for  the  preparation  of  samples.     Material  having  the  least  density  variation  and  a  good  average 
value  was  chosen  for  sample  preparation.     Figures  3  and  4  show  representative  results  of  NDT  tests  on 
cylindrical  AXM-5Q1  samples.     The  variations  in  density  appear  to  be  random  on  both  billets  and  bars 
although  there  are  slight  trends  toward  greater  density  variations  near  the  edges  of  the  samples. 

e.     RVD  Graphite 

RVD  graphite  was  obtained  as  a  large  billet,  approximately  25  x  25  x  45  cm.     The  billet  was  cut  in 
three  slabs,  each  8  cm  thick.     Visual  observation  showed  no  obvious  flaws  or  deficiencies.     The  bulk 
density  of  the  three  slabs  was  measured  to  be  1.84,  1.87  and  1.89  gm/cm^.     NDT  radiometric  density  mea- 
surements of  the  slabs  showed  good  uniformity  in  the  center  portion  of  the  slab  (i.e.,  a  variation  of 
about  +  1%  in  density).     The  peripheral  areas  of  the  sample  had  higher  densities  than  the  center. 
Samples  were  selected  from  the  central  portions  of  the  slabs  to  minimize  density  variations  and  to  ob- 
tain a  uniform  average  density. 

3.3.     Thermal  Conductivity  and  Diffusivity  Measurements 

Measurements  of  thermal  conductivity  and  diffusivity,  sponsored  under  this  program,  are  in  progress 
at  the  laboratories  indicated  in  Table  3.     The  samples  to  be  measured  and  the  methods  used  are  also 
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given  in  the  table.     Measurements  of  thermal  conductivity  of  alumina  and  thoria  by  a  comparative  method 
and  of  tungsten  by  a  longitudinal  heat  flow  method  are  planned  by  the  National  Bureau  of  Standards. 
Measurements  of  thermal  conductivity  (and  electrical  resistivity,  where  applicable)  of  the  five  candidat 
standards  by  longitudinal  and  radial  heat  flow  methods  are  planned  by  Oak  Ridge  National  Laboratories. 
Microscopic  and  metallurgical  examination  of  samples,  combined  with  chemical  analysis  will  be  used  both 
before  and  after  testing  to  aid  the  interpretation  of  the  thermal  property  data. 


Table  3.     Thermal  Property  Measurements  in  Progress  in  Phase  II 


Organization 

Method 

Samples  Tested 

Temperature 

T?  o  T-»  />           ^  C 

Kange , 

Remarks 

Thermal  Conductivity 
Atomics  International 

Radial  inward 
heat  flow 

RVD  graphite 
AXM-5Q1  graphite 

1000-2500 
1000-2500 

Duplicate  samples 
each  material 

General  Electric 
( Cincinnat  i ) 

Radial  outward 
heat  flow 

Alumina 

Thoria 

Tungsten 

1000-1800 
±uuu— z  zuu 
1000-2500 

Duplicate  data, 
duplicate  samples 
each  material 

Illinois  Institute  of 
Technology  Research 
Institute 

Radial  outward 
heat  flow 

Alumina 
Tungsten 

1000-1800 
1000-2200 

Duplicate  samples 
each  material 

National  Beryllia 
Corporation 

Radial  outward 
heat  flow 

Thoria 

1000-2200, 

Duplicate  samples 

Southern  Research 
Institute 

Radial  inward 
heat  flow  and 
longitudinal 
heat  flow  (800- 
1000°C) 

RVD  graphite  ' 
AXM-5Q1  graphite 

800-2700 
800-2700 

Duplicate  samples 
each  material; 
measurements  made 
in  2  orientations 
with  AXM-591 
graphite 

Thermal  Diffusivity 
Atomics  International 

Laser  flash 

Alumina 
Thoria 
Tungsten 
RVD  graphite 
AXM-5Q1  graphite 

1000-1800 
1000-2200 
1000-2200 
1000-2200 
1000-2200 

Duplicate  samples 
each  material; 
graphite  measure- 
ments to  be  made 
in  2  perpendicular 
orientations 

Battelle  Memorial 
Institute 

Laser  flash 

Alumina 
Thoria 
Tungsten 
RVD  graphite 
AXM-5Q1  graphite 

1000-1800 
1000-2200 
1000-2200 
1000-2200 
1000-2200 

Duplicate  samples 
each  material; 
graphite  measure- 
ments to  be  made 
in  2  perpendicular 
orientations 
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Figure  1    Approximate  Thermal  Conductivity  of  Various  Grades  of  Graphite  Versus  Temperature 
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Figure  2     Thermal  Conductivity  of  Candidate  Standards 
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Figure  3    Axial  Density  Distribution  in  AXM-5Q1  Graphite 
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Figure  4    Radial  Density  Distribution  in  AXM-5Q1  Graphite 
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Glass  Beads — A  Standard  for  the  Low  Thermal  Conductivity  Range? 

Alfred  E.  Wechsler^ 

Arthur  D.  Little,  Inc. 
Cambridge,  Massachusetts  02140 


A  measurement  standard  for  low  thermal  conductivity,  suitable  for  a  broad  tem- 
perature range,  is  required  in  the  many  applications  of  thermal  insulation  materials. 
Glass  beads  have  been  suggested  as  a  candidate  standard  because  of  their  potential 
reproducibility,  thermal  stability,  and  amenability  to  analysis  of  the  heat  transfer 
mechanisms.     Literature  thermal  conductivity  data  for  several  types  of  evacuated  and 
gas-filled  glass  bead  systems  are  summarized.     Recent  measurements  using  the  line 
heat  source  and  guarded  cold  plate  apparatus  are  presented.     The  effects  of  particle 
size,  temperature,  and  gas  pressure  on  thermal  conductivity  are  discussed.  Consider- 
able discrepancy  exists  in  the  conductivity  data  for  evacuated  glass  bead  systems  ob- 
tained by  different  methods  at  different  laboratories.     The  results  suggest  that 
variations  in  the  sample  preparation  and  cleanliness,  particle  size  and  distribution, 
as  well  as  apparatus  limitations  may  be  the  cause  of  these  discrepancies. 

Key  Words:  Comparative  method,  evacuated  powders,  glass  beads,  guarded  cold 
plate  method,  line  heat  source  method,  thermal  conductivity,  thermal  conduc- 
tivity probe.  ,  >      .  -    t  ■ 


1.  Introduction 

The  increased  use  of  powder,  fibrous,  foam,  and  multilayer  insulations  as  components  of  thermal  pro- 
tection systems  for  low  and  intermediate  temperature  applications  has  led  to  the  requirements  for  a 
suitable  standard  of  low  thermal  conductivity.     The  present  standard  used  by  the  National  Bureau  of 
Standards  and  others  is  a  semi-rigid  resin  bonded  fiberglass  insulating  board  with  a  thermal  conduc- 
tivity of  about  0,035  W  m" deg"-*- .     The  need  for  a  standard  with  a  lower  conductivity  value  is  shown  in 
Table  1  which  summarizes  the  range  of  thermal  conductivity  values  of  common  insulation  materials. 


Table  1.     Thermal  Conductivities  of  Various  Insulations 


Material 

Thermal  Conductivity 
W  m~^  deg"l 

Multilayer  Insulations 
Opacified  Evacuated  Powders 
Evacuated  Glass  Fibers 
Evacuated  Towders 

Unevacuated  Foams,  Powders,  Fibers 

1.0  X  10-5  to  i  Q  X  10-"* 
2.8  X  lO-**  to  1.0  X  10-3 
5.8  X  lO-**  to  2.8  X  10-3 
8.5  X  10""+  to  5.8  X  10  3 
6.0  X  10-3  to  3.6  X  10  2 

The  usual  criteria  of  homogeneity,  isotropy,  reproducibility,  and  availability  apply  to  the  selec- 
tion of  a  low  thermal  conductivity  standard.     In  addition,  it  is  desirable  to  (1)  have  a  knowledge  of 
the  mechanisms  of  heat  transfer  in  the  candidate  standard,   (2)  select  a  material  suitable  for  use  in 
many  types  of  apparatus  over  a  broad  temperature  range,  and  (3)  have  a  single  standard  that  will  be  ap- 
plicable to  the  large  conductivity  range  of  many  types  of  insulating  materials. 


Group  Leader,  Ehgineering  Sciences,  Research  and  Experiments  Group. 
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Glass  beads  have  been  suggested  as  a  candidate  standard  for  this  application.     They  are  readily 
available;  their  inherent  form  should  lead  to  homogeneity,  Isotropy,  and  reproducibility.     They  can  be 
used  in  many  types  of  apparatus  because  of  their  small  particle  size  and  their  fluidity.     A  large  range 
in  thermal  conductivity  can  be  obtained  by  using  gas-filled  and  evacuated  beads.     However,  the  reproduci- 
bility of  thermal  conductivity  data  is  questionable,  and  the  effects  of  particle  size,  mechanical  load- 
ing, temperature,  and  sample  preparation  procedures  on  thermal  conductivity  have  not  yet  been  fully 
established. 

The  objectives  of  this  paper  are  to  summarize  available  thermal  conductivity  data  on  glass  beads, 
to  discuss  the  factors  which  cduse  variations  in  the  data,  and  to  suggest  procedures  for  further  work 
to  improve  the  applicability  of  glass  beads  as  a  thermal  conductivity  standard. 

2.    Materials  Used 

Solid  beads  or  spheres  are  commercially  prepared  from  soda-lime-silica  glass,  borosilicate  glass, 
and  fused  quartz.     The  first  of  these  has  been  used  most  often  in  thermal  conductivity  measurements  and 
the  data'  presented  in  this  paper  will  be  restricted  to  this  readily  available  material. 

The  principal  commercial  suppliers  of  soda-lime-silica  glass  beads  are  the  3M  Company  and  Microbeads, 
Inc.     The  beads  are  available  in  grades  with  average  diameters  from  about  0.025  mm  to  0.5  mm,  graded  with 
respect  to  shape  as  well  as  size  and  size  distribution.    Manufacturers  may  designate  the  beads  according 
to  the  percentage  of  "true  spheres",  typically  65%  to  95%.    When  obtaining  glass  beads,  the  material  is 
usually  specified  by  the  fraction  retained  by  or  passing  through  standard  sieves.     Ttius,  the  upper  and 
lower  values  for  bead  diameters  are  established.     In  practice,  however,  a  small  percentage  of  fines  is 
often  found  in  most  samples.     For  example.  Table  2  below  gives  both  manufacturers'  size  distribution 
data  on  two  typical  bead  sizes. 


Table  2.     Glass  Beads  Size  Distribution — Manufacturers'  Data 


Bead  Type 

Percent  Retained  on  U.  S.  Sieve  No. 

60 

(0.25  mm) 

70 

(0.21  mm) 

80 

(0.177  mm) 

100 
(0.149  mm) 

120 
(0.125  mm) 

140 
(0.105  mm) 

170 
(0.088  mm) 

710A 

lOOB  (200  micron) 
1217A 

120B  (120  micron) 

10 

0-2 
40 

40 

92-100 
10 

0 

0-2 
35 

60 

92-100 
5 

Properties  of  the  bulk  glass  which  are  significant  to  the  use  of  the  glass  beads  in  thermal  conduc- 
tivity measurements  are  listed  in  Table  3.     Glass  beads  are  supplied  in  quantities  of  one  to  several 
thousand  pounds.     Special  orders  with  more  narrow  size  distributions  can  also  be  obtained.     The  beads 
are  relatively  clean  and  free  from  foreign  material  when  received. 


Table  3.     Properties  of  Bulk  Glass  from  Which  Glass  Beads  are  Prepared' 


JJensity 

Hardness  . 

Coefficient  of  Thermal  Expansion 

Thermal  Conductivity 

Specific  Heat 

Modulus  of  Elasticity  ^ 

Refractive  Index  (6200A) 

2.5  X  103  kg/m^ 
6  (Mobs'  scale) 

9.5  X  10"^  deg'l  (20  to  300°C) 

1.04  W  m~^  deg"'^   (room  temperature) 
1080  J  kg"l  deg-1 

7.5  X  lOlO  N/m2 
1.53 

^From  manufacturers'  data  sheets. 

'^Density  of  the  beads  depends  upon  the  packing  and  size  distribution  but  is  usually  in  the  range  of  1.45 
to  1.55  X  10^  kg/m^. 
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3.     Measurement  Methods 


Table  4  summarizes  the  methods  used  by  various  investigators  to  measure  the  thermal  conductivity  of 
glass  beads,  as  well  as  the  types  and  sizes  of  beads,  temperature  ranges,  and  environmental  conditions. 
The  thermal  conductivity  probe,  line  heat  source,  and  guarded  cold  plate  methods  are  commonly  used  tech- 
niques well  known  to  most  investigators. 


Table  4.     Methods  and  Environmental  Conditions  Used  in  Measuring  Thermal  Conductivity  of  Glass  Beads 


Investigators 

Method 

Bead  Properties 

Temperature 
°K 

Environmental 

Type 

Diameter 
mm 

Density 
kg/m3 

Conditions 

Masamune  &  Smith[l]^ 

Comparative , 
Lucite  disc 

3M 

0.029-0.470 

1500 

315 

Air  and 
vacuum 

Watson[2] 

One-dimensional 
radiative  flux 

Microbeads 

<0. 037-0. 84 

1170-1820 

150-350 

Vacuum 

Messmer [3] 

Probe 

Microbeads 

0.177-0.84 

1560-1660 

300 

Air ,  vacuum 
and  mechani- 
cal load 

Wechsler  6i  Simon [4] 

Line  heat 
source 

Microbeads 

0.044-0.062 

1420 

190-350 

Vacuum 

Wechsler  &  Glaser[5] 

Probe  and 
guarded  cold 
plate 

3M 

0.029-0.150 

1460 

300 

Air  and 
vacuum 

Salisbury  &  Glaser[6] 

Line  heat 
source 

3M 

0.050-0.200 

1500 

300 

Vacuum 

Arthur  D.  Little[7] 

Guarded  cold 
plate 

Microbeads 

0.59  -0.84 

1590 

190-270 

Vacuum,  N2 , 
He 

The  comparative  apparatus  used  by  Masamune  and  Smith  [1]  consisted  of  a  Lucite  disc  3.8  cm  in  diam- 
eter and  1.25  cm  thick  adjacent  to  a  similar  sized  sample.     One-dimensional  heat  flow  was  assumed  between 
hot  and  cold  plates  which  were  in  contact  with  the  Lucite  disc  and  sample,  respectively.  Temperature 
measurements  were  made  with  thermocouples  at  the  Lucite-heat  source,  Lucite-sample ,  and  sample-heat  sink 
interfaces.     The  conductivity  of  the  Lucite  was  taken  as  0.205  W  m~^  deg"-*- . 

In  the  method  used  by  Watson  [2],  a  sample  was  placed  on  a  warm  temperature  bath  plate;  the  top  of 
the  sample  radiated  to  a  cavity  maintained . at  77°K.     The  heat  flux  emitted  from  the  sample  was  measured 
using  an  8-14p  filtered  infrared  photoconductor  photometer  and  the  temperature  of  the  sample  surface  was 
determined  from  this  emitted  energy.     From  the  measured  heat  flux,  bath  temperature,  sample  thickness, 
and  the  calculated  temperature  of  the  free  surface  of  the  sample,  the  thermal  conductivity  was  then 
evaluated.     Errors  in  measurement  are  discussed  by  each  of  the  investigators  cited  in  Table  4.  Generally, 
this  method  should  have  accuracies  of  from  5  to  20%,  although  greater  accuracy  is  claimed  by  several 
investigators . 

The  method  of  sample  preparation  is  not  adequately  described  by  most  investigators.     Messmer  [3] 
resieved,  washed,  and  dried  (at  110°C)  the  beads  used  in  his  work.     The  beads  used  by  Wechsler  and  Simon 
[4]  were  sieved,  washed,  and  baked  at  200°C  in  high  vacuum  for  a  prolonged  period.     Watson  [2]  washed 
some  of  the  samples  in  acetone  prior  to  use.     Other  investigators  provide  only  limited  indications  of 
how  the  samples  were  handled,  cleaned,  and  used. 

The  only  common  measurement  control  used  in  most  investigations  is  bulk  density.  The  measurements  are 
usually  gravimetric  and  are  often  made  during  preparing  the  sample.     A  desirable  characteristic  of  the 
glass  beads  is  that  they  will  pack  under  random  filling  methods  to  densities  between  1450  and  1550  kg/m^. 
Values  differing  significantly  from  this  range  are  indicative  of  a  broad  size  range  or  errors  in 
measurement . 


Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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4.     Measurement  Results 


In  this  section,  the  effects  of  gas  pressure,  particle  size,  temperature,  and  mechanical  loading 
will  be  discussed.     The  results  of  different  investigators  will  be  compared;  the  discussion  will  empha- 
size data  obtained  at  atmospheric  pressure  and  at  high  vacuum. 

4.1.     Effect  of  Gas  Pressure 

The  dependence  of  thermal  conductivity  of  a  powder  on  gas  pressure  has  been  studied  for  many  years 
[8].     Theoretical  and  empirical  correlations  have  been  developed  to  predict  the  contribution  of  the  gas 
phase  to  thermal  conductivity  of  the  heterogeneous  composite  [9,10].     The  correlations  are  generally 
satisfactory  in  predicting  the  variation  of  thermal  conductivity  with  gas  type  at  atmospheric  pressure, 
and  in  predicting  the  rate  of  decrease  in  thermal  conductivity  with  decreasing  gas  pressure.     The  prin- 
cipal discrepancy  between  available  theories  and  current  experiments  is  in  establishing  the  residual 
thermal  conductivity  of  the  solid  when  the  interstitial  gas  pressure  is  reduced  to  a  very  low  value. 
The  effects  of  physically  or  chemically  adsorbed  gases  on  this  residual  conductivity  are  not  well  known. 

Figure  1  shows  data  of  three  investigators  on  the  effect  of  gas  pressure.     Unfortunately,  the  mea- 
surements were  made  with  different  particle  size  beads;  however,  all  measurements  were  near  300°K.  The 
data  of  Messmer  [3]  and  Wechsler  and  Glaser  [5]  are  in  reasonable  agreement.     The  larger  the  particle 
size,  the  greater  the  reduction  in  gas  pressure  that  is  required  to  achieve  the  equivalent  reduction  in 
thermal  conductivity.     Note  that  these  data  are  in  fair  agreement  at  atmospheric  pressure  and  at  low 
pressures.     The  variation  in  conductivity  with  particle  size  is  in  agreement  with  other  data  described 
later.     The  data  of  Masamune  and  Smith  [1]  agree  with  the  data  of  Messmer  [3]  and  Wechsler  and  Glaser  [5] 
at  atmospheric  pressure  but  differ  greatly  at  low  pressure.     This  may  be  a  result  of  the  limitations 
imposed  by  the  design  of  the  comparative  apparatus  using  a  relatively  high  conductivity  standard.  These 
data  point  out  two  ranges  where  glass  beads  may  be  useful  as  a  possible  standard — at  atmospheric 
pressure  and  at  high  vacuum.     It  would  be  difficult  to  use  the  beads  as  a  standard  at  intermediate  gas 
pressures  because  of  the  large  slope  of  the  conductivity-pressure  curve  and  the  difficulty  in  accurate 
pressure  measurements  within  powder  systems. 

4.2.  Effect  of  Particle  Size 

Figure  2  shows  the  data  obtained  by  several  investigators  at  atmospheric  pressure  and  at  gas 
pressures  below  10"^  torr,  where  the  effects  of  gas  pressure  are  small.     Although  there  appears  to  be  a 
wide  variation  in  the  data,  several  definitive  conclusions  can  be  drawn. 

(1)  At  atmospheric  pressure,  the  data  of  all  investigators  are  relatively  consistent  with  respect 
to  the  absolute  value  of  thermal  conductivity.     This  is  attributed  to  the  large  gas  conduction  contribu- 
tion at  atmospheric  pressure.     There  is  only  a  small  increase  of  thermal  conductivity  with  an  increase 
in  particle  size. 

(2)  Under  high  vacuum  conditions,  there  is  considerable  variation  of  thermal  conductivity  with 
particle  size.     The  results  of  Watson  [2],  Wechsler  and  Glaser  [4],  Salisbury  and  Glaser  [6],  and  Arthur 
D.  Little,  Inc.[7J  are  consistent  in  both  the  absolute  value  of  thermal  conductivity  and  the  increase 

of  thermal  conductivity  with  increased  particle  size.     Note  that  the  thermal  conductivity  of  beads  with 
very  small  particle  size  appears  to  be  higher  than  that  of  beads  with  an  intermediate  particle  size. 
This  can  be  explained  by  the  different  magnitudes  of  the  conduction  and  radiation  contributions  to  ther- 
mal conductivity. 

(3)  Examination  of  Figure  2  and  Table  4  shows  that  there  is  no  consistent  effect  of  the  source  of 
materials.     The  comparative  method  of  Masamune  and  Smith  [1]  gives  higher  thermal  conductivity  values 
and  less  effect  of  particle  size  on  thermal  conductivity  than  any  other  method.     The  thermal  conductivity 
probe  methods  used  by  Messmer  [3]  and  Wechsler  and  Glaser  [5]  give  higher  thermal  conductivity  values 
than  the  line  heat  source  or  guarded  flat  plate  methods.     These  data  suggest  that  the  probe  and  compara- 
tive method  may  have  lower  limits  of  applicability  or  may  yield  inaccurate  data  at  low  conductivity 
values.     The  high  value  of  conductivity  for  beads  with  a  193p  diameter  obtained  by  Messmer  [3]  at  10" 
torr  does  not  agree  with  the  other  observed  trends. 

(4)  The  beads  which  have  been  thoroughly  cleaned  and  outgassed  at  low  pressures  (Watson  [2]  and 
Wechsler  and  Simon  [4])  seem  to  have  lower  thermal  conductivity  values  than  those  for  which  the  prepara- 
tion method  is  not  specified.     This  may  be  a  coincidence  or  it  could  result  from  removal  of  conducting 
films  on  the  beads  by  cleaning  or  prolonged  outgassing. 

The  results  suggest  that  careful  sample  preparation  is  necessary  to  obtain  good  data  and  each  appa- 
ratus and  method  should  be  examined  to  determine  the  errors  involved  in  measurements  of  low  thermal  con- 
ductivity materials. 

4.3.  Effect  of  Temperature 

The  effect  of  temperature  on  the  thermal  conductivity  of  glass  beads  has  been  investigated  by 
Watson  [2]  and  Wechsler  and  Simon  [4].     These  investigators  interpret  the  conductivity  data  as  the  sum 
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of  a  term  with  a  constant  value,  representing  the  contribution  of  solid  conduction,  and  a  term  which  has 
a  cubic  temperature  dependence,  representing  the  contribution  of  thermal  radiation.     This  approach  seems 
to  give  consistent  results  for  glass  beads  as  well  as  other  powders.     Figure  3  shows  typical  results  of 
these  investigators.     Each  curve  represents  the  equation: 

k  =  B  +  AT^  (1) 

where  B  is  the  solid  conduction  contribution,  A  is  a  radiation  term — a  constant  for  a  given  material — k 
is  the  effective  thermal  conductivity,  and  T  is  the  absolute  temperature.     Table  5  shows  values  of  these 
constants  as  a  function  of  particle  size. 


Table  5.     Radiative  and  Solid  Conduction  Contributions  to  the 
Thermal  Conductivity  of  Glass  Beads 


Investigator 

Particle  Size 
microns 

Radiative  Term  (A) 
W  m  ^  deg  ^ 

Solid  Conduction  Term  (B) 
W  m-1  deg-1 

Watson  [2] 

840-590 

26.6  X  10-11 

-6.6  X  10-5 

350-250 

13.4  X  10"11 

9.5  X  10  5 

125-  88 

8.5  X  10-11 

32.2  X  10-5 

74-  53 

3.4  X  10  11 

70.0  X  10-5 

<37 

6.3  X  10-11 

95.4  X  10-5 

Wechsler  &  Simon  [4] 

44-  62 

3.0  X  10  11 

46.6  X  10-5 

The  general  trends  of  increased  solid  conduction  contribution  with  increased  particle  size  and  de- 
creased radiation  contribution  with  decreased  particle  size  are  evident.     Relatively  good  agreement  is 
obtained  between  the  work  of  these  investigators.     The  two  opposing  trends  can  result  in  apparent  anoma- 
lies of  the  effects  of  particle  size  on  thermal  conductivity  at  very  low  temperatures.     It  would  be  de- 
sirable to  extend  the  temperature  range  of  measurement  as  well  as  the  quantity  of  data  to  improve  the 
characterization  of  the  solid  conduction  and  radiation  mechanisms. 

Little  published  data  are  available  on  the  effect  of  temperature  on  the  thermal  conductivity  of  gas 
filled  glass  beads.     However,  because  of  the  large  contribution  of  gas  conduction,  the  effect  of  tem- 
perature on  conductivity  of  gas  filled  glass  beads  should  parallel  the  effect  of  temperature  on  gas 
conductivity. 

4.4.     Effect  of  Mechanical  Loading 

Messmer  [3]  has  investigated  the  effect  of  compressive  loading  on  the  thermal  conductivity  of 
glass  beads.     Evacuated  glass  beads  of  710ij  and  193y  diameter  were  subjected  to  external  pressures  of 
from  105  to  7  X  10^  N/m^  at  300°K.     The  thermal  conductivity  of  both  materials  increased  with  the  1/4 
power  of  the  applied  external  pressure.     This  differs  slightly  from  the  1/3  power  of  the  external  pres- 
sure obtained  from  Hertzian  loading  analysis.     Data  obtained  on  gas  filled  beads  by  Messmer  [3]  show 
only  a  small  effect  of  mechanical  load  because  of  the  large  contribution  of  the  gas  to  the  system's 
thermal  conductivity.     Preliminary  data  obtained  at  Arthur  D.  Little,  Inc.    [7]  using  ZlOy  diameter  evacu- 
ated glass  beads  at  225°K  in  a  guarded  cold  plate  apparatus  show  that  the  thermal  conductivity  increases 
with  about  the  1/10  power  of  the  load  over  the  pressure  range  from  5  x  10^  to  3  x  10**  N/m^.     The  radi- 
ation component  of  thermal  conductivity  should  be  almost  invariant  with  loading ,•  whereas  the  conduction 
coEiponent  should  increase  with  the  1/3  power  of  the  load.     Depending  upon  the  ratio  of  solid  conduction 
to  radiation,  the  dependence  of  thermal  conductivity  on  external  load  can  vary  significantly.     In  most 
thermal  conductivity  apparatus,  natural  mechanical  loading  of  the  sample  will  not  be  important. 

5.  Recommendations 

Evacuated  and  gas  filled  glass  beads  are  a  candidate  standard  for  the  low  thermal  conductivity 
range;  however,  additional  carefully  controlled  data  are  required  before  this  material  can  be  accepted 
as  a  standard.     The  following  procedures  are  suggested  to  assist  the  further  evaluation  of  glass  beads. 

(1)  Select  two  or  three  particle  size  ranges  and  distributions  for  use  in  subsequent  measurements. 
The  size  ranges  should  be  chosen  so  that  sieving  can  be  used  to  obtain  the  required  size  distribution 
rather  than  more  complex  separation  or  classification  methods. 
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(2)  Establish  a  controlled  method  for  cleaning,  outgassing,  and  preparing  samples. 

(3)  Perform  repeated  thermal  conductivity  measurements  using  different  methods  and  apparatus  under 
carefully  specified  environmental  conditions  of  temperature,  temperature  gradient,  and  gas  pressure.  A 
temperature  range  of  100  to  500°K,  with  temperature  gradients  of  less  than  10°K/cm  is  recommended.  Gas 
pressures  should  be  kept  below  10""*  torr  or  at  atmospheric  pressure.     Nitrogen  or  an  inert  gas  of  high 
purity  should  be  used.     Measurements  should  be  made  under  carefully  controlled  mechanical  load  conditions 
Density  data  should  be  obtained  as  a  control  parameter. 

(4)  Analyze  the  random  and  systematic  errors  in  each  thermal  conductivity  method  used  and  report 
the  precision  and  estimated  accuracy  of  the  measurements  with  the  data. 

Through  the  cooperative  efforts  of  the  participants  of  this  conference,  it  may  be  possible  to  estab- 
lish glass  beads  as  a  low  conductivity  standard  within  several  years. 
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Figure  1      Effect  of  Gas  Pressure  on  Thermal  Conductivity  of  Glass  Beads 
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Figure  2      Effect  of  Particle  Size  on  Thermal  Conductivity 
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Lattice  Thermal  Conductivities  of 
Semiconductor  Alloys 
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The  lattice  thermal  conductivities  of  disordered  semiconductor  alloys  are 
treated  using  the  phenomenological  model  derived  by  Abeles.     The  thermal  conductivity 
is  expressed  in  terms  of  the  lattice  parameters  and  mean  atomic  weights  of  the  alloy 
and  its  constituents.     This  treatment  is  applied  to  both  III-V  and  IV-VI  semi- 
conductor alloy  systems.     Comparison  of  the  theoretically  derived  and  experimentally 
determined  lattice  thermal  conductivities  are  discussed. 


Key  words:     Lattice  thermal  conductivity,   semiconductor  alloys. 


1.  Introduction 

Solid  solution  alloys  are  ideally  suited  for  studying  the  effects  of  defects  on  thermal  transport. 
The  small  concentrations  of  intentionally  and  unintentionally  added  impurities  have  a  negligible  effect 
on  the  thermal  conductivity,  as  compared  to  that  of  alloying. 

Above  the  Debye  temperature,   the  thermal  conductivity  of  a  semiconductor  can  be  determined,   to  a 
fair  degree  of  accuracy,  by  use  of  the  3-phonon  scattering  equation  of  Leibfried  and  Schlomann  [1]1. 
For  the  case  of  combined  scattering,   the  relaxation  time  approximation  has  been  aoolied  with  considerable 
success.     The  relaxation  time  approximation  of  Klemens  [2]  and  Callaway  [3"1  has  been  used  by  Abeles  r41 
to  derive  a  simple  phenomenological  model  to  describe  the  variation  of  thermal  conductivity  of  semi- 
conductor alloys  as  functions  of  both  composition  and  temperature. 

It  is  the  purpose  of  this  paper  to  compare  the  thermal  conductivities  derived  by  the  Abeles  model 
to  those  determined  experimentally.     The  experimental  results  are  given  for  III-V  and  IV-VI  semi- 
conductor alloy  systems. 

2.  Experimental 

The  III-V  alloy  systems;  GaAs-InAs,  GaSb-GaAs,  and  GaSb-InSb,  were  prepared  by  the  zone  leveling 
technique.     This  procedure  consists  of  moving  a  molten  zone  having  the  liquidus  composition  through 
charge  material  having  the  isothermally  corresponding  solidus  composition.     The  IV-VI  alloy  system, 
PbTe-PbSe,  was  prepared  by  the  vertical  Bridgman  method. 

The  thermal  conductivities  were  determined  from  high  temperature  diffusivity  measurements  [51. 
The  specific  heats  required  to  convert  the  thermal  diffusivity,  K/Cp,   into  K  were  obtained  from 
measurements  of  th    III-V  compounds  [61  and  the  Dulong-Petit  value  was  used  for  the  PbTe-PbSe  alloy 
system  [7]. 

3.  Discussion 
3.1  Theory 

For  temperatures  above  the  Debye  temperature,   the  thermal  conductivity  of  a  semiconductor  alloy 
results  from  the  scattering  of  phonons  by  mass  fluctuation  and  strain  scattering  due  to  alloying  and 
anharmonic  phonon-phonon  scattering.     A  phenomenological  theory  describing  the  variation  of  the  thermal 
resistance  on  alloy  composition  and  temperature  has  been  derived  by  Abeles  [4].     It  was  assumed  that 
the  reciprocal  relaxation  times  depend  on  frequency  uo  as        for  strain  and  mass  point  defects  and  as  u)^ 
for  normal  and  umklapp  three-phonon  anharmonic  processes.     The  lattice  thermal  resistance  of  a  disordered 


•'■  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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semiconductor  alloy  is  given  by  the  expression  (reader  is  referred  to  reference  4  for  a  detailed  dis- 
cussion) : 

1/k  =  rAl  (TMT)*  5^  +  [B]  '"^  T, 

where  [Al  =  9.67x10^  (1+5/9  a)*       p'^  (1) 

[Bl  =  7.08x10'^  (1  +  5/9  a)  ^''^ 

Here  a  is  the  ratio  of  normal  to  umklapp  scattering  rates:  is  the  anharmonicity  parameter;  p  is 

defined  by  p  =  9M2  6^/2,  where  9  is  the  Debye  temperature,  M  is  the  mass,  and  6  =  a/2  for  diamond  and 
zinc-blende  lattices,  where  a  is  the  lattice  constant.     The  disorder  parameter  Y  =  x(l-x)  [^/M  +  e 
A6/6],  where  x  is  the  composition,        is  the  mass  difference,  A6  is  the  difference  in  lattice  constants, 
and  e  is  the  strain  term. 


The  model  of  Abeles  includes  two  major  modifications  which  have  not,   in  general,  been  considered 
in  theories  of  point  defect  scattering:     (1)   the  inclusion  of  normal  processes  and  (2)   the  introduction 
of  a  strain  term  due  to  atomic  misfit.     A  similar  expression  was  derived  by  Parrott  [8],  however,  the 
contribution  of  strain  scattering  was  not  included  in  the  derivation. 

The  introduction  of  normal  processes  was  based  on  the  suggestion  of  Klemens  [9]  that  these  pro- 
cesses contribute  significantly  to  the  thermal  resistance  even  at  high  temperatures.  While  normal 
processes  do  not  contribute  directly  to  the  thermal  resistance,   they  scatter  phonons  into  modes  which 
can  then  undergo  scattering  by  another  mechanism  e.g.  point  defect  scattering. 

The  strain  term  introduced  by  Abeles  is  that  due  to  Klemens  [2]  in  which  an  impurity  is  introduced 
in  a  simple  cubic  lattice  with  only  nearest  neighbors  acting.     Abeles  then  proceeds  to  treat  the 
scattering  in  terms  of  the  elastic  continum  "sphere-in-hole"  model  and  arrives  at  the  definition  of  T 
given  above.     The  strain  term  e  is  assigned  a  value  of  39  based  on  the  impurity  model  of  Klemens. 

Although  p  is  readily  calculated,  e  assigned  a  value  of  39,  and  y^  can  be  determined  from  the 
thermal  conductivity  of  the  components,  it  is  not  obvious  how  to  choose  a  value  for  the  adjustable 
parameter  a.     The  thermal  resistivity  of  the  Ge-Si  alloy  system  was  computed  by  Abeles  and  agreement 
obtained  between  the  theoretical  values  at  300°K  and  the  experimental  data  for       =  1.77  and  a  =  2.5. 


3.2    III-V  Compound  Alloys 


The  calculations  of  the  lattice  thermal  resistivities  of  disordered  semiconductor  alloys  will  now 
be  applied  to  the  III-V  compound  alloy  systems.     The  strain  term  e  remains  unchanged  and  the  adjustable 
parameter  a  will  be  assumed  equal  to  2.5  as  in  the  base  of  the  Ge-Si  alloys.     (It  must  be  emphasized 
that  a  is  an  adjustable  parameter  and  may  vary  from  one  class  of  semiconductors  to  the  next,  it  is  used 
only  for  the  initial  calculations  since  it  was  successfully  applied  to  the  Ge-Si  alloys). 

Abeles  computed  the  thermal  resistivities  for  two  III-V  alloys  systems  assuming  yi  to  be  constant, 
as  was  found  for  the  Ge-Si  alloys.     For  one  system,  InAs-InP,  the  agreement  was  poor,  especially  as  the 
InP  content  increased.     While  the  assumption  of  a  constant        for  Ge-Si  alloys  is  justified  on  the 
basis  of  experimental  data,  this  is  not  the  case  for  the  III-V  compounds.     In  the  III-V  compounds  it 
was  found  that  the  anharmonicity  parameter  varied  significantly  from  compound  to  compound  [10].  yi 
depends  on  the  mass  ratio  of  the  constituent  elements  in  such  a  manner  that  compounds  with  a  mass  ratio 
close  to  unity,  e.g.,  InSb,  have  large  values  o|  yi;  and  those  with  a  large  mass  ratio,  e.g.  AlSb 
have  smaller  values  of  y^.     The  variation  of  y^      as  a  function  of  the  mass  ratio  is  shown  in  figure  1.- 

The  variation  of  the  room  temperature  lattice  thermal  resistivities  of  the  III-V  alloys  were 
computed  using  the  values  of  a  and  f  given  above.     The  anharmonicity  parameter  was  determined  from 
figure  1  using  the  average  mass  ratio  of  the  alloy.     The  lattice  thermal  conductivities  of  the  alloys 
were  obtained  by  subtracting  the  electronic  contribution  from  the  total  thermal  conductivity.  The 
electronic  thermal  conductivity  was  computed  for  the  case  of  combined  polar  plus  ionized  impurity 
scattering  [11].' 


The  variation  of  the  anharmonicity  parameter  given  in  reference  10  was  determined  by  fitting  the 
experimental  data  to  the  3-phonon  equation  of  Leibfried  and  Schlomann  [1].     The  only  unknown  in  this 
expression  was  y,  which  was  found  to  vary  from  compound  to  compound.     It  was  not  intended  to  imply, 
however,   that  the  parameter  y  would  depend  on  the  mass  ratio  rather  than  the  thermal  conductivity. 
Since  no  theoretical  expression  is  available  to  explain  this  behavior,  it  is  convenient  to  use.  a 
varying  y  to  describe  the  thermal  conductivity  of  the  III-V  compounds  and  their  alloys. 

^Note  that  y,     eq  (1)  =  [y  +  ^1     (reference  10). 
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The  theoretical  curve  (dashed  line)   for  the  alloy  system  InAs-GaAs  is  shown  in  figure  2  together 
with  the  experimental  data  (crosses),   the  agreement  being  better  than  207„  at  all  compositions.     In  view 
of  the  assumption  made  for  the  value  of  a,  the  agreement  between  theory  and  experiment  is  quite  good. 
The  value  of  a  necessary  to  fit  the  experimental  data  in  figure  2  was  determined  prior  to  the  compu- 
tation of  the  thermal  resistivities  of  the  remaining  III-V  alloy  systems.     It  was  pointed  out,  previously, 
that  a  is  an  adjustable  parameter  and  may  vary  from  one  class  of  semiconductors  to  another.     It  is 
expected,  however,   that  a  will  not  vary  greatly  from  system  to  system  within  a  particular  covalent 
crystal  system  such  that  the  value  of  o;  determined  for  the  InAs-GaAs  system  should  be  applicable  to 
other  III-V  alloy  systems.     The  best  fit  was  obtained  for  a  =  1.5  and  shown  in  figure  2  by  the  solid 
line,   the  agreement  being  excellent  at  all  compositions. 

The  thermal  resistivities  of  the  alloy  systems  GaAs-GaSb,  GaSb-InSb,  and  InAs-InP  [12]  were 
computed  using  a  =  1.5,  e  =  39,  and  yi  determined  from  figure  1.     The  computed  curves  and  experimental 
results  are  shown  in  figures  3,4  and  5  for  III-V  alloy  systems,  the  agreement  being  excellent  in  all 
cases. 


3.3     IV -VI  Alloys 

The  calculation  of  the  thermal  resistivity  was  extended  to  the  IV-VI  alloy  system  PbTe-PbSe  which 
has  been  investigated  in  the  past  for  thermoelectric  applications  [13].     The  anharmonicity  parameter 
was  determined  for  the  components  and  then  assumed  to  vary  linearly  as  a  function  of  composition.  The 
parameters  a  and  e  were  assumed  to  be  the  same  as  the  III-V  compounds.     The  electronic  contribution  to 
the  thermal  conductivity  was  computed  for  the  case  of  acoustical  scattering  and  subtracted  from  the 
total  thermal  conductivity. 

The  computed  curve  and  experimental  results  are  shown  in  figure  6,  the  agreement,  as  for  the  other 
alloy  systems,  being  excellent  at  all  compositions. 


4.  Conclusion 


It  has  been  quite  clearly  demonstrated  that  the  theory  of  Abeles  is  applicable  to  a  wide  range 
of  cubic  semiconductor  alloys  systems.     It  is  apparent  that  information  obtained  from  one  alloy  system 
can  be  used  to  obtain  greater  accuracy  in  predicting  the  thermal  conductivities  of  other  alloy  systems 
within  a  class  of  semiconductors. 

The  introduction  of  a  strain  contribution  to  the  disorder  parameter  must  be  considered  for  all  alloy 
systems  as  well  as  the  effects  of  normal  processes.     For  many  of  the  alloy  systems  discussed  above,  the 
strain  contribution  was  considerably  greater  than  the  mass  fluctuation  contribution  to  the  disorder 
parameter  T. 
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Figure  1        The  variation  of  the  square  of  the  anharmonicity  parameter  y^^  for  the  III-V  compounds  as  a 
function  of  the  mass  ratio  Mj^/M]^]^  of  the  constituent  elements.     The  values  shown  by  crosses 
are  derived  experimentally. 
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Figure  2        The  lattice  thermal  resistivity  at  300°K  as  a  function  of  composition  for  GaAs-InAs  alloys. 
Dashed  curve  (a  =  2.5)  and  solid  curve  (a  =  1.5)  computed  from  eq.  1. 
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Solid  curve  computed  from  eq.  1. 
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Figure  5        The  lattice  thermal  resistivity  at  300°K  as  a  function  of  composition  for  InAs-InP  alloys. 
Solid  curve  computed  from  eq.  1. 
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Lattice  thermal  resistivity  at  300°K  as  a  function  of  composition  for  PbTe-PbSe  alloys. 
Solid  curves  at  300  and  600°K  computed  from  eq.  1. 
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Thermal  Conductivity  of 
N-type  Germaniuin  from 
0.3°K  to  4.2°k1 
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The  thermal  conductivity  of  N-type  germanium  has  been  measured  between  O.S'K 
and  4.2°K.    Excellent  agreement  with  the  theoretical  model  of  Griffin  and 
Carruthers  is  found  for  an  Sb  doped  sample  CNp=  3.6x  lO-'^^cm"^).     The  model  pro- 
posed by  Keyes,  however,  is  also  able  to  give  a  reasonable  fit  for  different 
values  of  the  parameters.    Experimental  results  for  an  As  doped  sample 
(Njj=  5.3x  lo'^  cm"  )  and  a  P  doped  sample  (Np=  2.6x  lO-'-^cm"-^)  are  in  complete 
disagreement  with  both  theoretical  models.     Both  samples  show  a  decreased  ther- 
mal conductivity  which  varies  as  T-^  down  to  the  lowest  temperature  measured  with 
no  indication  of  any  resonance  scattering. 

Key  Words:    Electron-phonon  scattering,  low  temperature,  N-type  ger- 
manium, point  defect,  semiconductor,  thermal  conductivity. 


1.  Introduction 

Previous  measurements  of  the  low  temperature  thermal  conductivity  of  N  and  P-type  germanium  [1,  2, 
3,  A,  5]^,  have  shown  that  shallow  donors  or  acceptors  are  very  strong  scatterers  of  phonons.     For  ex- 
ample, a  concentration  of  as  little  as    AxlO^^Sb    donors  per  cm"  .  reduces  the  thermal  conductivity  at 
2°K  by  a  factor  of  eight. 

Measurements  by  Goff  and  Pearlman  [2]  on  highly  doped,  highly  compensated  N-type  material  as  com- 
pared with  singly  doped  material  having  the  same  concentration  of  neutral  donors  indicated  that  the  ex- 
tra thermal  resistance  was  correlated  with  the  number  of  neutral  donors  and  not  with  the  total  impurity 
concentration.  Thus  the  phonon  scattering  occurs  because  of  an  interaction  with  the  electron  bound  to 
the  donor  ion  not  with  the  donor  ion  itself.  An  Impurity  species  effect  was  also  found  with  Sb  being  a 
more  effective  scatterer  of  phonons  than  either  As  or  P  at  2°K  for  concentrations  less  than  6xl0^^cm"^. 
For  concentrations  greater  than  this  the  extra  thermal  resistance  becomes  species  independent. 

The  scattering  process  then  can  be  separated  into  at  least  two  types,  one  for  concentrations  in 
which  there  is  little  overlap  of  the  electronic  wave  functions  between  neighboring  impurities  and  the 
other  in  which  the  concentration  is  so  large  that  the  interaction  of  donor  electrons  leads  to  the  for- 
mation of  an  impurity  band.     In  this  article  we  will  only  consider  the  case  of  low  concentration,  non- 
compensated samples  for  which  the  donor  electrons  are  assumed  to  be  isolated. 

The  problem  of  isolated  shallow  donors  in  germanium  has  been  reviewed  by  Kohn  [6].     The  electronic 
energy  levels  of  the  bound  donor  electron  were  calculated  using  the  effective  mass  approximation.  There 
is  good  agreement  between  theory  and  experiment  for  the  excited  states  but  not  for  the  ground  state. 
The  effective  mass  approximation  predicts  that  all  shallow  donors  should  have  an  ionization  energy  of 
9.2  milli-electron  volts  and  their  ground  state  should  be  4-fold  degenerate,  neglecting  spin.  Experi- 
mentally it  has  been  found  that  the  donor  ground  state  is  split  by  an  amount    4A      producing  a  singlet 
ground  state  and  a  triply  degenerate  excited  state.     The  type  of  chemical  impurity  determines    4A  ,  thus 
it  is  referred  to  as  the  "chemical  shift"  or  "valley-orbit"  splitting.    Table  1  lists  the  ionization 
energy  (e.)  and  chemical  shift  for  some  of  the  shallow  donors  in  germanium,  as  determined  from  infrared 
absorbtion  measurements  by  Reuszer  and  Fisher  [7]. 


■Work  supported  in  part  by  ARPA. 

'Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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Table  1 


Effective 


Sb 

P 

As 

Ma  ss 

e^(inilli-e.v.) 

10,19 

12.76 

14.04 

9.2 

4A  (milli-e.v.) 
c 

0.32 

2.83 

4.23 

0,0 

\(°^)=  4A^/k 
r^(A) 

3.71 

44.2 

32.8 
35.3 

49.1 
32.0 

65.0 

N»(cin-3) 

2.2x10^^ 

4.4  X  10^^ 

5.8x10^^ 

7,0  X  10^^ 

Also  listed  in  Table  1  is  the  effective  Bohr  radius     r       for  an  electron  in  the  ground  state.  It 
was  calculated  from  the  measured  ionization  energy  by  using  the  equations  applicable  to  the  hydrogen 
atom  immersed  in  a  mediumQWith  dielectric  constant  K,  that  is,  e . =  R(m*/m) (1/K  )  and  r  =  a  (m/m*)K  where 
R=13.6  e.v.  and  a^=  0.53Ai    The  dielectric  constant  for  germanium  is  16.     The  value  of    r      listed  un- 
der the  effective  mass  value  was  obtained  by  Kohn  [6]  as  a  result  of  a  variational  calculation  to  deter- 
mine   e  .  . 
1 

Fritzsche  [8],  on  the  basis  of  impurity  conduction  measurements,  has  suggested  that  the  condition 
a/r^<5,  where    a    is  an  average  distance  between  impurity  atoms,  a=  (3/4ttNjj)  defines  the  region  in 

which  the  impurity  atoms  can  be  considered  isolated.  The  largest  concentration  of  donors  for  which  this 
inequality  holds,  N™,  is  shown  in  Table  1. 

2.    Models  Used  for  Electron- Phonon  Scattering 

In  order  to  explain  the  thermal  conductivity  results  Keyes  [9]  proposed  a  model  in  which  the  scat- 
tering arises  from  the  large  effect  of  strain  on  the  energy  of  the  bound  donor  electron.  The  electronic 
energy  states  have  a  quadratic  dependence  on  the  strain  produced  by  the  phonons.  This  results  in  scat- 
tering of  the  point  defect  type  t"'''°=uli^.  A  further  dependence  on  the  phonon  frequency  arises  when  the 
phonon  wavelength  becomes  shorter  then  the  diameter  of  the  electronic  orbit  causing  the  average  strain  to 
approach  zero,  so  that  the  phonon  scattering  rapidly  decreases  as  the  phonon  frequency  rises  past 
u)~v/r  .     This  results  in  a  scattering  rate  which  Keyes  expresses  in  the  form 


o 


t'''"(uj,p)'^  =  M(uj)  V  (v  )  F  (a),p)  '  (1) 

ep  p 


n      E  ^  D  uj^ 

with  M(a,)=  ^[-""    "  " 


v(v)  =  |c-iy.^] 

1  2 

and  tho  cutoff  factor    F(a),p)     given  by 

F(uu,p)  =[1+  (r^uj/2Vp)^]' 

The  anistropy  factor    D      has  the  values 
P 

=  4/5         D2  =        =  3/5 
where    p=l,  2,  3    indicates  the  phonon  polarization. 


104 


In  eq.   (1)     d     is  the  density  of  germanium,  n        is  the  concentration  of  neutral  donors,  E  is 
the  shear  deformation  potential  constant,  and  are  the  velocity  of  longitudinal  and  transverse 

sound  waves,  and  D     is  an  anisotropy  factor  averaged  overangle.  Keyes  expression  for  the  inverse  relaxation 
time  is  small  at  iBw  frequencies  because  of  the     uj^    dependence,  reaches  a  maximum  at  about  uj=v/r 
then  rapidly  declines  due  to  the  cutoff  factor    F(uj,p) .     It  is  species  dependent  through  its  dependence 
on    4A      and    r  . 


In  a  more  detailed  calculation.  Griffin  and  Carruthers  [10]  argued  that  whereas  Keyes  treated  the 
electron  as  moving  in  the  static  strain  field  created  by  the  phonons ,  the  electron  actually  adjusts  to 
the  phonon  perturbation  with  a  characteristic  frequency  4A  /h  which  lies  in  the  range  of  phonon  fre- 
quencies important  for  heat  conduction.  Griffin  and  Carrutfiers  thus  treat  the  problem  in  analogy  with 
the  resonance  fluorescence  scattering  of  photons.  During  the  elastic  scattering  process  the  electron 
undergoes  a  virtual  transition  between  the  singlet  and  triplet  states  while  the  phonons'  crystal  momen- 
tum is  changed. 

Using  this  approach  Griffin  and  Carruthers  obtained  the  following  expression  for  the  relaxation 

time 

1  nn 

T     (a),p)      =  M'(uj)R((ju)  W(uj,v  ,p)  B(T)  .    ^  (2) 

P  ■.-•,[. 

4  4 
.        n      E      H  uj 
•<-u                                                                \          1       r  ex    u      p  -I 
with  M'(uu)=  —7  -„  [  5  ] 

3  nd  (4A  )  . 

C  :  '.  ■  .  ;-  ■■ 

R(u))=  (4A^)^/[(ftuj)^-(4A^)^]^ 


W(a;,v  ,p)  =  [-kr-  (-^  +  — ^)} 


V    S      S  V.         2S  v„ 
P    P      11  2  2  - 

2 

where  S  is  related  to  the  cutoff  factor  F(uj,p)  by  S  =1/F((jd,p).  H  is  an  anistropy  factor  with 
the  values 

=  43/225 

=  32/225  ■ 
=  40/225 

and    B(T)  =  [B^(T)  +  B^(T)  [2  +  (^iuu/4A^) ^] }  . 

In  equation  (2) ,  B(T)     is  a  temperature  dependent  factor  due  to  thermal  excitation  of  electrons 
from  the  singlet  to  the  triplet  state.     If  all  electrons  are  assumed  to  be  in  the  ground  state  then 
Bg(T)  =  1.0,  and    B^(T)  =  0.0 

Comparing  eq  (1)  and  (2),  the  major  difference,  aside  from  those  arising  from  different  methods  of 
averaging  velocities  and  angular  integrations,  is  the  presence  of  the  "true  resonance  factor"  R(u))  in 
GC's  expression  for    T^^.    Note  in  the  limit  of    ^up«4A^    that    R(uu)    approaches  one. 

3.     Thermal  Conductivity  Integral 

In  order  to  compare  the  theoretical  expressions  for  t  ^  with  the  experimental  results,  the  ther- 
mal conductivity  has  been  calculated  using  the  form  of  the  Ifiermal  conductivity  integral  as  written  by 

Carruthers     (equation  3.3)[lll,  using    ud  =  v  q    and    x  =  — 

P      P  kT 

4  3  9/T    ^  ^ 

X(T)=(^-^^)S    -\    J       ^  ^tU,^)A^  (3) 

6n  ft"*    P  0       (e^'-l)  ^ 

where  the  total  relaxation  time  is  given  by 
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c  u  1  N  ep 


The  relaxation  times  included  in  the  total  relaxation  time  are    Tg,  boundary  scattering;  Tj, 

isotope  scattering;  Tj^,  umklapp  and  normal  processes;  and    ''"gp>  electron-phonon  scattering. 

Casimir's  [12]  relation  will  be  used  for  boundary  scattering  but  modified  to  take  into  account  the 
difference  in  velocity  of  the  differently  polarized  waves,  i.e.,  t"-'-=v  /L  .    The  Casimir  length, 

=  1. 13(A^)^'   ,  defines  an  effective  length  associated  with  a  sample  whose  cross-sectional  area  is  A^. 

Klemens  [13]  expression  for  the  isotopic  relaxation  time  is  given  by    Tj^=  Acu^    with  the  constant 
A=V  r/(ATTv-^     in  which    Vo    is  the  volume  per  atom,  v      is  some  average  sound  velocity,  and    F    is  a 
constant  determined  by  the  relative  abundance  of  the  iiotopes  and  their  masses.    For  germanium 
r=  5.89x10"^.     This  results  in  the  theoretical  value  of    A    being    2.35  x  10"'^^sec.3,  assuming 
v^ = 3 .56  X lO^cm. /sec .as    calculated  from  the  Debye  temperature  at  0°K  of  375°K  for  germanium. 

It  should  be  noted  that  it  would  be  more  consistent  to  take  the  polarization  dependence  of  the 
sound  velocity  into  account  when  using  in  the  thermal  conductivity  as  was  done  for  boundary  scat- 

tering.   However,  in  the  temperature  range  of  interest,  since  the  Isotopic  contribution  to  the  thermal  ri 
sistance  is  small,  the  usual  approximation  of  taking  A  to  be  equal  for  all  three  branches  will  be  fol- 
lowed . 

Callaway  [14] ,  in  his  phenomenological  development  of  an  appropriate  method  of  combining  various 
scattering  processes  in  the  thermal  conductivity  integral,  suggested  that  scattering  due  to  momentum  con 
serving  normal  processes  could  be  allowed  for  by  including  their  relaxation  time  as  part  of  the  total 
relaxation  time    t"'''.     Using  Herring's  [15]  suggested  form  for  the  relaxation  time  for  low  frequency 
phonon-phonon  scattering    (t^^<^  cu  ^     ),  Callaway  was  able  to  fit  the  thermal  conductivity  of  normal  and 
isotope  enriched  germanium  reasonably  well  over  the  range  from  2  to  100°K.    With    T^'''=      '^s^c  +  Ao)  + 
(B   +B„)urT^    he  obtained  the  best  fit  with    A  =  2.57  x  10"^^sec3    and     (B  +  B,)  =  2.77xl0-23sec.  deg"  ^ . 


4.    Description  of  samples  and  method  of  measurement 

All  germanium  samples  were  cut  from  the  ingot  in  the  form  of  rectangular  prisms  with  their  long 
axis  in  the  (100)  direction  perpendicular  to  the  growth  axis  of  the  crystal  in  order  to  minimize  im- 
purity concentration  gradients.     The  Impurity  concentration  listed  in  Table  2  was  determined  from  the 
room  temperature  Hall  coefficient. 

The  samples  as  cut  from  the  ingot  with  a  diamond  saw  had  approximate  dimensions  of  5x5x25mm. 
All  surfaces  were  then  ground  with  #280  carborundum  powder  reducing  the  sample  dimensions  to  about 
4x4x24mm.    and  ensuring  diffuse  boundary  scattering. 


Table  2 


Sample 

n     (cm  ) 
ex 

Ge  -  422A 

13 

5.4  X  10 

Ge(Sb)  -  172AI 

3.6x  10^^ 

Ge(As)  -  200A 

15 

5.3  x  10 

Ge(P)  -  229A  (2) 

2.6x10^^ 

Measurements  were  made  in  a  recirculating  He    cryostat  capable  of  covering  the  temperature  range 
from  0.27  K  to  above  4.2  K.     The  thermal  conductivity  was  measured  using  the  absolute  method  with  the 
temperature  difference  along  the  sample  determined  by  two  germanium^thermometers.     The  germanium  ther- 
mometers were  calibrated  each  run  against  the  vapour  pressure  of  He    and  He"^  from  0.7  to  4.2°K.  Below 
0.7°K  a  paramagnetic  salt,  chromic  methylammonium  alum,  was  used  for  calibration.     For  each  sample  forty 
or  more  data  points  were  taken  between  0.3°K  and  4.2°K  and  about  26  calibration  points. 

The  estimated  absolute  accuracy  of    X     is    ±6%    while  comparison  of    X    values  for  a  given  run  is 
within    ±47o  for    T>2.2°K    and    ±27„    for    T<2.2°K      with  the  exception  of  the  data  points  for  sample 
Ge(As)-200A    above  2.2°K  which  are  uncertain  to    ±10%    because  the  measured    AT    was  too  small. 
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5, 


Results  and  Discussion 


Representative  data  for  the  pure  germanj.um  sample,  Ge  -  422A,  are  shown  in  figure  1.     GCl     is  the 
curve  calculated  from  eq  (3)  but  setting    t     =0.     The  values  for  normal  germanium  found  by  Callaway, 
i.e.,  A=  2.57  X  IC'^'^sec.-^    and  B^)  =         2 .  77  x  lO'^^ggc^deg'^    were  used  along  with  v^=  5. 37x  lO^  cm/sec. 

and    ^2 ~  ^3 ~  3.28  x lO^cm. /sec.     as  calculated  by  Hasegawa  [16]   from  the  measured  elastic  constants.  Ihe 
Debye  temperature  was  taken  to  be     6   =  375°K.     A  least  mean  square  fit  of  the  seven  experimental  points 
between  0.37°K  and  0.56°K  to  the  equation    \ =  Ct"    gave    C=  0.1314  Watt  cm"  deg"^  and    n=  2.99.  Agree- 
ment between  values  for    \     calculated  from  this  equation  and  the  experimental  values  was  better  than 
0.5%  for  each  point.     This  value  of    C     gives     L       =0.438  cm.  as  compared  to    L  =0.443  cm.  calculated 

from  Casimir's  relation,  that  is,  L      /L   =  98.970?^^^ 

exp  c 

Representative  data  for  the  Sb  doped  sample,  Ge(Sb)  -  172AI,  are  also  shown  in  figure  1.     Tv70  dif- 
ferent runs  were  made  on  this  sample,  as  indicated  by  the  squares  and  triangles,  in  order  to  ensure  no 
effect  on  the  measurements  due  to  strains  introduced  by  the  method  of  mounting  the  sample.     The  data 
points  indicated  by  triangles  were  taken  with  the  sample  attached  to  the  He^  cryostat  and  to  the  sample 
heater  with  copper  clamps.     The  thermom.eters  were  glued  to  thin,  pure  germanium  slabs  which  were  soldered 
to  the  sample.     The  squares  indicate  data  points  taken  with  the  sample  attached  to  the  He     cryostat  and 
to  the  sample  heater  by  soldering  to  a  thin  slab  of  tungsten.     The  mounting  of  the  thermometers  was  also 
changed  by  gluing  them  directly  to  the  sample.     Comparison  of  the  results  between  0.3°K  and  1.2°K  of  the 
two  mounting  methods  gave  agreement  to  within  17o. 

In  all  the  calculated  curves  the  values  for  A,   ('R^+ B^)  ,  v^ ,  v^,  and  6^  used  for  GCl  will  be  used 
and  the  value  for  L  will  be  taken  as    L=  .989  in  order  to  be  consistent  with  the  results  obtained 

for  the  pure  sample.     Also  all  electrons  will  be  assumed  to  be  in  the  ground  singlet  state,  i.e., 
B(T) =1.0     in  eq   (2) . 

Curve  GC2  in  figure  1  was  calculated  using  the  Gr if f in-Carruthers  expression  for     t  v.^^a 
E   =  16.0  e.v.,  4A  =  0.32x  10      e.v.,  and     r  =  44^.     An  excellent  fit,  within  107o,  over  t^i  entire  tem- 
perature range  is'^obtained .     Since    E      appears  in  the  expressions  for    t"'''     raised  to  the  fourth  power, 
any  uncertainty  in  its  value  will  be  important  when  comparing  theory  with^ixperiment .     This  is  shown  in 
curve  GC2A    which  has  the  same  values  for  all  parameters  except     E      is  changed  from     16.0  e.v.  to 
19.0  e.v.     Unfortunately  values  of    E      determined  by  different  experiments  [17,  18,  19]   cover  the  range 
from  15  to  19  e.v.    A  mean  value  appears  to  be  around  17  e.v. 

In  figure  2  the  data  for  Ge(Sb)  -  172A(2)     is  reproduced  along  with  curves     Kl     and    K2    which  were 
obtained  by  using  Keyes '  expression  for    t"'''.     The  same  values  of  E  ,  4A  ,  and  r      used  in  calculating 
GC2  were  used  to  calculate  K2 .     If  the  trui  resonance  factor    R((d)"  is  replaced°by  its  low  frequency  li- 
mit in  GC ' s  expression  (eq  2)  the  calculated  curve  lies  within  a  few  percent  of  K2.     Thus  the  true  re- 
sonance factor  is  what  causes  the  excellent  fit  of  GC2  to  the  data  above  1°K,  suggesting  that  the  me- 
chanism of  resonance  fluorescence  does  occur.     Unfortunately  the  strength  of  this  conclusion  is  weakened 
somewhat  by  considering  curve  Kl  which  uses  the  same  values  for  the  parameters  as  GC2  and  K2  except  that 

r      is  set  equal  to  the  effective  mass  value  of  65^.     This  curve  agrees  with  the  data  down  to  about  1.4°K 

o  " 
but  then  deviates  to  higher  values  at  the  lower  temperatures.     Thus  by  treating  E  ,  which  is  most  ef- 
fective near  the  maximum  in  the  resonance,  and     r      as  adjustable  parameters  one  could  also  obtain  a 

reasonable  fit  to  the  experimental  results  using  Seyes ' expression  for    x"  • 

ep 

Figure  3  shows  representative  data  for  an  As  doped  sample,  Ge(As)-200A,  and  a  phosphorous  doped 
sample,  Ge(P)-229A(2) .  Curve  GC3  is  calculated  with  4A  =4.23x10'^  e.v.  and  r  =32. OA  while  curve 
GC4  usee  4A  =  2.83x10"'^  e.v.  and  r  =35.38.  The  surprising  result  is  that  nei?her  As  or  P  doped 
samples  exhi§it  any  resonance  scattering  at  all  but  only  a  constant  added  thermal  resistance  implying  a 
frequency  independent  scattering  mechanism.  Both  GC3  and  GC4  lie  somewhat  below  the  experimental  points 
at  the  high  temperature  side  but  then  gradually  return  to  the  pure  sample  limit  as  the  temperature  is  re- 
duced due  to  the    uj      dependence  of  , 

ep 

In  view  of  these  results  it  is  of  interest  to  compare  the  measurements  down  to  0.2°K  reported  by 

1/1/  1^*^ 

Carruthers  et  al.fSj  on  indium  doped  samples  (10     ,  1.9x10     ,  and  10    cm"  ) .     The  energy  level  struc- 
ture for  acceptors  in  germanium  is  very  different  from  that  of  donors,  consisting  of  a  4- fold  degenerate 
ground  state  with  the  next  excited  state  6  to  7  milli-e.v.  higher.    However  these  samples  also  gave  a  de- 
creased thermal  conductivity  varying  as  T^  but  the  extra  thermal  resistance  was  not  well  correlated  with 
the  amount  of  impurity  added.     Klemens'  C133  expression  for  the  scattering  of  phonons  by  grain  boundaries 
gives  a  frequency  independent  relaxation  time  but  when  applied  to  germanium  leads  to  a  mean  free  path 
10    times  larger  than  observed.     They  therefore  surmised  that  the  added  impurities  may  locate  preferen- 
tially near  low  angle  grain  boundaries  in  germanium  and  give  an  enhanced  grain  boundary  scattering. 

Ultrasonic  attenuation  measurements  made  by  Pomerantz  C203  on  N-type  germanium  (Sb,  As,  and  P  doped) 
in  the  temperature  range  from  5°K  to  50°K  were  explained  by  him  as  due  to  the  electronic  relaxation  be- 
tween the  triplet  states  which  had  been  split  in  energy  because  of  the  strain  field  created  by  the  ultra- 
sonic wave.    Kwok  C21J  has  developed  the  theory  for  this  process  in  more  detail. 
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The  mechanism  proposed  by  Pomerantz,  since  it  is  proportional  to  the  number  of  electrons  occupying 
the  triplet  states,  would  predict  negligible  phonon  scattering  for  As  and  P  doped  germanium  in  the  tem- 
perature range  from  0.3°K  to  4.2°K.     (See  table  1  for  the  temperature  equivalent,  T^^,  of    '^A^ . ) 

In  addition  to  the  different  effect  Sb  donors  have  on  the  thermal  conductivity  of  germanium  as  com- 
pared with  As  and  P  donors,  Mathur  and  Pearlman  [3]  have  found  a  difference  in  their  behavior  on  compen- 
sation.    They  found  that  highly  compensated  P  and  As  doped  samples  have  an  extra  thermal  resistance  which  , 
while  correlated  with  the  number  of  neutral  donors,  shows  an  increased  thermal  resistance  as  compared  to 
the  uncompensated  material.     This  is  in  contrast  to  the  behavior  of  Sb  doped  samples  which  show  a  similar 
or  slightly  smaller  value  of  the  extra  thermal  resistance  upon  compensation.     Further  measurements  are 
in  progress  on  samples  with  different  concentrations,  both  compensated  and  uncompensated,  to  see  if tiiese 
two  differences  in  behavior  between  Sb  doped  as  compared  to  As  or  P  doped  germanium  are  correlated. 
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The  Lattice  Thermal  Conductivity  of  Bismuth  Telluride 
and  Some  Bismuth  Tellioride  -  Bismuth  Selenide  Alloys 
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The  thermal  conductivity  of  a  number  of  samples  of  Bi2Te5,  both  undoped  and 
doped  with  excess  Te,  and  Bi2Te5  -  Bi2Se5  alloys  has  been  measured  between  8o°K 
and  570°K.    Samples  grown  both  by  zone-leveling  and  by  the  Bridgeman  method  were 
used.    For  all  samples  the  heat  flow  was  parallel  to  the  cleavage  plane,  perpen- 
dicular to  the  c-axes.    Between  8o°K  and  2'K)°K  the  total  thermal  conductivity  is 
separated  into  a  lattice  thermal  conductivity  K^,  and  an  electronic  thermal 
conductivity,  Ke»    In  agreement  with  previous  results  we  find    Wl  =  Kl""*"  =  PT  +  r» 
According  to  theory,  P  is  determined  by  purely  phonon-phonon  scattering  for 
small  defect  concentrations.    However,  at  larger  defect  concentrations,  the  value 
of  P  is  Eiltered  by  the  point  defect  scattering.    For  a  sample  with  a  small 
concentration  of  BigSe^  (nominally  ~2^),  the  value  of  P  is  nearly  identical 
with  that  found  for  the  BigTe^  samples;  however,  for  a  sample  with  a  nominal 
concentration  of  ~10^  B±2S^'^>  the  value  of  p  is  at  least  30^  larger.  These 
results  can  be  explained  by  current  theories  of  phonon  scattering  by  point  defects. 

Key  Words:    AUoy  semiconductors,  bismuth  telliaride,  defects,  electrical 
conductivity,  Lorenz  number,  phonons,  scattering,  Seebeck  coefficient, 
thermal  conductivity,  thermoelectric. 


1.  Introduction 

Since  BigTe^  and  its  alloys  are  the  best  thermoelectric  materials  in  the  temperature  range  frcan 
below  room  temperature  to  about  200°C,  the  thermal  conductivities  of  these  materials  have  been  exten-  •. 
si-vely  studied.    This  work  has  established  many  of  the  factors  that  determine  the  phonon  mean  free 
path,  but  was  hampered  by  the  lack  of  an  adequate  theory  of  the  lattice  thermal  conductivity  at  high 
temperature.    This  was  remedied  in  the  early  6o's  by  the  theoretical  work  of  Klemens  [l]l  and 
Parrot  [2].    At  present  data  is  not  available  over  a  wide  enough  temperature  range  to  test  the  applica- 
bility of  this  theory  to  Bi2Te5  alloys.    We  have,  therefore,  measured  the  thermal  conductivity  of  a 
number  of  'B±2'^^-x^x  alloys  together  with  some  Bi2Te5  samples  between  8o°K  and  38o°K.    We  have  com- 
pared our  results  with  the  predictions  of  this  theory. 

The  theoretical  work  referred  to  above  is  concerned  with  the  high  temperatvire  lattice  thermeil 
conductivity  of  a  crystal  containing  a  random  distribution  of  point  defects.    In  Klemens*    theory,  the 
lattice  thermal  conductivity  is  determined  by  the  scattering  of  the  phonons  both  by  three  phonon 
U-processes  and  by  point  defects  (Rayleigh  scattering).    Parrot  extended  this  theory  with  a  detailed 
study  of  the  effects  of  three  phonon  N-processes.    This  theory  gives  very  definite  results  for  the 
dependence  of  the  lattice  thermal  conductivity  on  both  temperature  and  defect  concentration.    At  small 
point  defect  concentrations  and  high  temperatures,  one  expects  the  lattice  thermal  resistivity 
Wl  =  1/Kl  to  be  represented  by 

W^    =    W    +  W  (1) 
L  u       o  ^  ' 

where  W^  is  the  thermal  resistivity  of  the  defect  free  crystal  and  Wq,  independent  of  T  and  proportional 
■to  the  concentration  of  defects  N,  is  the  thermal  resistivity  due  to  point  defect  scattering.    At  large 


figures 


in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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defect  concentrations  and  lover  tenroeratures,        is  not  separable  into  tvo  independent  terms;  instead 
the  theory  predicts       «  T"-*-/^  N"-^/^.    Qiiantitatively,  the  theory  is  not  complete  since  the  relative 
strength  of  the  U  and  N  processes  remains  as  an  adjustable  parameter.    Abeles  [5]  has  shown  that  it 
gives  a  very  good  accoimt  of  the  measured  thermal  conductivity  of  Ge-Si  alloys  and  a  number  of  alloys 
formed  from  III-V  compounds. 

Another  reason  for  undertaking  this  work  was  to  assist  the  development  of  a  theoretical  under- 
standing of  the  factors  which  determine  the  figure  of  merit  of  thermoelectric  materials.    As  is  shown 
in  many  texts  [h],  the  thermoelectric  efficiency  of  a  material  increases  with  increasing  values  of  the 
parameter  (u/Kl)  m*  5/2  vhere  m*  is  the  density  of  states  effective  mass,  \i  is  the  charge  carrier 
mobility  and  Kl  is  the  lattice  thermal  conductivity.    loffe  et  al.  [5]  have  proposed  that  h/Kl  can  be 
increased  by  alloying  a  good  thermoelectric  material  with  a  compound  whose  atoms  have  a  similar 
valence  electron  structure  but  different  atomic  mass.    Several  authors  [6], [7]  have  argued  that  our 
present  knowledge  of  semiconductors  suggests  that  we  should  not  expect  to  find  materials  with  dramati- 
cally higher  thermoelectric  efficiencies  than  those  we  now  have.    Any  improvements  in  thermoelectric 
devices  now  depend  on  obtaining  detailed  knowledge  of  the  scattering  processes  tnat  determine  the 
phonon  and  charge  carrier  free  paths.    The  purpose  of  this  work  was  to  contribute  to  the  knowledge  of 
phonon  scattering  by  defects  in  the  bismuth  telluride  materials.    The  early  work  on  the  thermaJ.  con- 
ductivity of  Bi2Te5  by  Goldsmid  [8]  and  Satherthwaite  and  Ure  [9]  was  soon  followed  by  many  other 
investigations.    These  results  have  been  summarized  by  Goldsmid  [lo]  in  a  recent  review.    Much  of  the 
present  literature  describes  attempts  to  produce  material  of  high  thermoelectric  efficiency  and  is  not 
concerned  in  detail  with  the  scattering  processes  that  determine  the  transport  properties.    Most  of  the 
measurements  which  have  been  reported  for  the  lattice  thermal  conductivity  of  the  alloys  have  been  done 
over  a  rather  restricted  temperature  range  near  300°K.    Three  independent  investigations  [11 ]  have 
established  that  the  lattice  thermal  conductivity  of  Bl^'S^^-x^^x  alloys  decreases  regularly  with 
increasing  concentrations  of  Se  up  to  a  concentration  of  about  20^    BigSej.      It  is  generally  supposed 
that  scattering  of  the  phonons  by  the  Se  atoms  is  responsible  for  this  effect.    In  the  past  two  years 
the  results  of  a  comprehensive  and  systematic  investigation  of  the  lattice  thermal  conductivity  of 
BigTej  alloys  has  been  published  in  a  series  of  papers  by  a  group  at  the  Leningrad  Semiconductor 
Institute  [12-15 ].    They  find  that  the  lattice  thermal  resistivity  may  be  represented  by  eq  (1)  for  a 
wide  range  of  solute  concentrates  and  many  different  solutes.    Their  data  suggest  that  this  relation 
holds  even  if  Wq  is  about  75^  of  W.    This  result  cannot  be  understood  in  terms  of  the  Klemens- Parrot 
theory.    We  find  that  the  lattice  thermal  resistivity  of  the  alloys  may  be  represented  by 

W  =  PT  +  T  which  is  of  the  same  functional  form  of  T  as  eq  (l).    However,  we  find  that  p  varies  with 
Se  concentration.    We  will  show  that  our  results  are  predicted  by  the  theory. 

In  order  to  separate  the  measured  total  thermal  conductivity  into  lattice  and  electronic  parts,  we 
have  measured  the  Seebeck  coefficient  and  electrical  resistivity  of  our  samples.    We  cannot  affect  this 
separation  with  any  confidence  above  2i|-0°K  because  of  the  ambipolar  electronic  thermal  conductivity 
which  becomes  significant  above  this  temperature.    Measurements  much  below  8o°K  will  not  serve  the 
purpose  of  this  investigation  since  the  theory  must  fail  for  temperatures  below  about  9/2  where  9  is 
the  Debye  temperature.    The  value  of  9  for  Bi2Te5  is  155°K. 

The  crystal  structixre  of  Bi2Tej  is  R^.    These  materials  have  a  single,  veiy  pronounced  cleavage 
plane  perpendicular  to  the  c  axis,  which  is  the  5-fold  rotation  axis.    The  material  is  anisotropic. 
However,  for  the  normal  electrical  resistivity,  thermal  conductivity  and  Seebeck  coefficient,  all 
directions  perpendicular  to  the  c  axis  are  equivalent.    That  is,  if  the  heat  flux  or  electric  current 
is  in  the  cleavage  plane,  then  the  measured  k,  ol,  or  p  is  independent  of  the  particular  direction  in 
the  cleavage  plane.    All  measurements  were  made  with  this  orientation.    Measurements  were  made  on 
single  crystals  or  on  samples  containing  a  few  large  grains  all  having  their  cleavage  planes  parallel 
to  the  long  axis  of  the  sample. 


2.    Experimental  Procediire  •  ■  - 

The  apparatus  and  the  experimental  procedures  used  to  measure  the  Seebeck  coefficient,  a, 
electrical  resistivity,  p,  and  thermal  conductivity,  K,  of  the  'Bl'^Se-z^  samples  have  been  described  in 
great  detail  in  a  jJrevious  publication  [I6].    In  brief,  a  stationary  heat  flow  method  was  used  with 
copper- constantan  thermocouples  for  thermometers.    The  ends  of  the  samples  were  nickel-plated  and  then 
soldered  between  the  sink  and  the  sample  heater.    This  heater  is  surrounded  by  a  guard  heater  to  reduce 
the  radiative  heat  transmitted  from  the  sample  heater.    With  this  guard,  the  heat  loss  by  radiation 
from  the  sample  heater  is  less  than  10^  of  total  heat.    These  radiative  losses  have  been  measured  and 
Corrections  made.    The  accuracy  of  the  thermal  conductivity  measurements  is  3  to  The  precision  is 

somewhat  better.    Better  than  1^  reproducibility  has  been  obtained  on  removing  and  then  replacing  a 
sample  in  the  apparatus.    All  the  samples  were  roughly  of  the  same  size  being  no  smaller  than 
4  X  5  X  12  mm;  it  was  therefore  possible  to  make  accurate  measurements  of  their  geometrical  form 
factors. 

All  samples  were  prepared  by  sealing  stoichiometric  proporiiions  of  very  pure  elements  (99»999^ 
purity)  in  evacuated,  graphite-coated  vycor  tubes.    To  insure  homogeneity,  the  samples  were  thoroughly 
mixed  in  a  rocking  furnace  maintained  at  a  temperatiare  above  that  of  the  melting  point  of  the  alloy 
and  then  air  or  water  quenched. 
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Crystals  were  grovn  by  two  methods.    Bridgman  crystsils  were  made  by  lowering  a  previously  mixed 
sample  at  rates  which  varied  from  0.25  to  I.50  inches/hour  through  a  furnace  vith  a  temperature  gradient 
of  100°C/inch  near  the  solid-liquid  interface.    To  achieve  this  gradient,  a  vertical  tube  furnace  was 
mounted  over  a  circulating  water  bath  with  a  separately  controlled  auxiliary  winding  placed  in  the 
bottom  of  the  furnace.    The  resulting  ingots  were  polycrystalline  with  their  cleavage  planes  oriented 
parallel  to  the  axis  of  growth.    These  ingots  were  quite  homogeneous,  the  variation  of  both  the  elec- 
trical resistivity  and  Seebeck  coefficient  being  no  larger  than  10^  over  the  central  6o^  of  the  ingot. 

Single  crystal  samples  were  prepared  by  a  horizontal,  single-zone-pass  technique.    A  single 
crystal  seed  and  a  slug  about  I5  cm  long  were  placed  in  a  graphite-coated  Lavite  boat.    The  boat  was 
sealed  in  an  evacuated  vycor  tube  and  placed  in  a  horizontal  position  in  a  zone-levelling  apparatus. 
The  entire  tube  was  heated  to  about  koo°C  to  prevent  condensation  of  tellurium.    A  molten  zone  about 
2.5  cm  long  was  formed  by  a  narrow  heater  which  could  be  moved  along  the  boat.    This  molten  zone  was 
brought  slightly  into  the  single  crystal  seed.    The  zone  was  then  moved  along  the  ingot  at  a  rate  of 
2  to  h  mm/hr.    For  Samples  1,  5  and  7,  the  composition  given  in  Table  1  is  the  composition  of  the 
15  cm  slug.    For  growth  of  Sample  2,  the  following  slugs  were  placed  in  the  Lavite  boat:    a  single 
crystal  seed,  a  slug  2.5  cm  long  of  composition  57  atomic  ^  Bi  -  65  atomic  ^  Te,  and  a  slug  12.5  cm 
long  of  stoichiometric  Bi2Te^.    This  procedure  gives  a  melt  composition  of  63  atomic  ^  Te  which  remains 
approximately  constant  as  the  molten  zone  is  moved  through  the  ingot.    With  a  melt  of  this  composition, 
the  solid  contains  slight  excess  Te  which  makes  the  crystal  u-type  [9]. 


Table  1.    Description  of  the  samples  used  in  this  investigation.    The  compositions  given 
are  those  of  the  starting  material.    For  all  samples,  K  was  measured  with  the 
heat  flow  parallel  to  the  cleavage  plane. 


Sample 
Number 

Code  Number 

R(77°K) 
cm^c'"'' 

Extrinsic  Carrier 
Concentration 

cm  ^ 

p(77°K)  X  lo'' 
ohm-m 

a(lOO°K) 

Preparation  and 
Composition 

1 

+0.2il- 

2.6  X  IQ-*-^ 

1.56 

+  84 

Single  zone,  BigTe^ 
melt,  sample  Bi  rich, 
single  crystal,  p-type 

2 

62AW5-1 

-0.79 

7.9  X  10^^ 

IM 

-  9h 

Single  zone,  BigTe^  + 
excess  Te,  single 
crystal,  n-type 

5 

67F-3 

+0.192 

5.5  X  10^^^ 

1.92 

+  81 

Single  zone,  BigTe^  + 
2  mole  ^  BiaSej,  nearlj 
single  crystal,  no 
grains  revealed  by 
etching,  cleavage  not 
perfect. 

k 

lJ-15 

-0.50 

2.1  X  10"''^ 

3.6 

-115 

Bridgman,  Bi2Te5  +  10 
mole  ^  Bi2Se5  +  I  dop- 
ing, etching  revealed 
6  nearly  single  crys- 
tal grains 

5 

B-25-B'^ 

3.01 

-118 

Bridgman,  Bi2Te5  +  10 
mole  f  B±2Se^  +  I  dop- 
ing, many  small 
crystallites 

6 

3.^*2 

-12k 

Bridgman,  Bi2Te5  +  10 
mole  ^  Bi2Sej  +  I  dop- 
ing, many  smaill 
crystallites 

7 

N-47Z 

-l.k6 

k.3  X  10^^ 

11.1 

-2kl 

Single  zone  pass  on 
ingot  from  which  sam- 
ple 6  was  cut,  single 
crystal 
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Samples  vere  cut  from  the  ingots  vith  a  spark  cutter.    Some  of  the  characteristics  of  the  samples 
are  listed  in  Table  1.    The  samples  were  cut  from  the  ingots  and  then  etched  in  either  a  1:1  HClrHNOj 
etch  or  a  Br  etch  consisting  of  a  few  drops  of  Br  in  ~50  cc  of  methanol.    These  etches  are  effective  in 
revealing  grain  boundaries.    They  do  not  reveal  small  distortions  of  the  crystal  within  the  grains. 
For  example,  the  etching  showed  Sample  4  to  be  composed  of  four  large  and  two  small  grains.  Upon 
COTipletion  of  the  thermal  conductivity  measurements,  one  grain  was  cut  from  the  sample  and  attempts 
were  made  to  cleave  a  bar  (~1  x  3  x  12  nm)  suitable  for  measurement  of  the  Hall  coefficient  from  this 
grain.    This  cleaving  showed  that  the  c  axis  was  not  in  the  same  direction  throughout  the  grain. 
However,  the  c  axis  did  not  deviate  by  more  than  5°  from  the  normal  to  the  long  dimension  of  the 
crystal.    This  was  found  to  be  true  for  all  the  samples.    For  the  Bridgman  ingots,  we  were  successful 
in  obtaining  a  good  single  crystsil  Hall  bar  for  Sample  k  only.    The  single  zone  ingots  presented  no 
such  problems.    These  samples  were  prepared  with  cleavage  planes  as  two  faces  of  the  sample.    The  other 
four  planes  completing  the  right  rectangular  parallelepiped  were  cut  with  a  spark  cutter. 


5.    Experimental  Results 

Figures  1,  2  and  5  show  the  measured  values  of  K,  a  and  p  plotted  against  temperature,  T.  Where 
comparisons  can  be  made,  these  resvilts  are  in  good  agreement  with  previously  published  results. 

The  procedure  [17 ]  used  for  separating  the  measured  thermal  conductivity  into  an  electronic  thermal 
conductivity,  Kq,  and  a  lattice  thermal  conductivity,  K^,  is  well  known  and  only  a  few  brief  remarks 
are  req.uired  here.    One  assimes  that  (1)  the  scattering  of  the  carriers  can  be  described  by  a  releuca- 
tion  time  that  is  proportional  to  the  carrier  energy  raised  to  some  power,  i.e.,  t  =  TqE^,  where  E  is 
the  carrier  energy,  and  (2)  the  bands  are  of  standard  form,  i.e.,  the  density  of  states  varies  as  E^/^. 
One  then  uses  the  measured  values  of  a  to  csilculate  values  of  the  Fermi  energy  C,,    The  electronic 
thermal  conductivity  is  then  given  by  Ke  =  LT/p  where  the  Lorenz  number,  L,  is  a  known  function  of  t, 
and  s.    This  procedure  is  probably  reasonably  good  so  long  as  there  is  electrical  conduction  in  one 
band  only.    At  high  temperatures  there  is  conduction  in  both  the  valence  and  conduction  bands  and  the 
electronic  thennal  conductivity  is  enhanced  by  ambipolar  diffusion.    The  calculation  of  this  contribu- 
tion requires  knowledge  of  several  parameters  whose  values  are  not  well  known  for  the  alloys.  The 
results  shown  in  figure  1  clearly  show  ambipolar  contributions  to  the  thermal  conductivities  of  Sample 
k  at  38o°K  and  Sample  7  at  300°K  and  suggest  that  there  may  be  a  small  contribution  in  Sample  2  at 
500*^.    Accordingly,  we  have  restricted  our  analysis  to  results  at  temperatures  below  2Uo°K.    At  24o°K 
the  value  of  ^  cal ciliated  from  a  is  greater  than  -0.1  kT  for  all  our  samples  with  the  exception  of 
Sample  7.    As  usual,  ^  is  measured  in  hole  energy  from  the  valence  band  edge  for  the  p-type  specimens 
and  in  electron  energy  from  the  conduction  band  edge  for  the  n-type  specimens.    Since  the  energy  gaps 
for  these  samples  are  about  8  kT  at  this  teraperatvire,  it  seems  safe  to  ignore  two-band  conduction  below 
24o°K. 

As  shown  in  figure  5,  the  electrical  resistivity  of  all  the  samples  increases  at  least  as  fast  as 
T  between  8o"^  and  2'40°K.    This  surely  indicates  that  phonon  scattering  predominates.    The  simplest 
theory  of  electron-phonon  scattering  in  semiconductors  would  therefore  suggest  s  =  -1/2.    This  value, 
however,  does  not  provide  a  good  account  of  the  temperature  dependence  of  the  mobility  of  the  carriers 
in  BigTej,  particularly  for  p-type  material.    Moreover,  for  the  alloys  the  resistivity  is  less  sensi- 
tive to  temperatiire  than  for  the  Bi2Tej  samples.    This  suggests  that  carrier  scattering  by  the  solute 
atoms  is  not  negligible  in  the  alloys.    The  relaxation  time  for  combined  impurity  and  phonon  scattering 
is  not  proportional  to  E^,  but  must  be  represented  by  a  more  complicated  function  of  E.    For  small  or 
moderate  charge  carrier  concentrations,  t  is  a  decreasing  function  of  E  for  phonon  scattering,  an 
increasing  function  of  E  for  charged  impurity  scattering,  and  independent  of  E  for  neutral  impurity 
scattering.    Qualitatively  then,  one  can  study  the  effect  of  Impurity  scattering  by  calculating  Ke 
using  T  =  TqE^  with  values  of  s  in  the  range  -1/2  to  5/2.    It  will  be  appreciated  that  at  present  we 
cannot  calculate  very  accurate  values  of  K^. 

Figtjre  h  shows  the  temperature  dependence  of       =  IAl  "  l/(K-Ke)  ceLLculated  from  the  measured 
values  of  K  and  the  calciolated  values  of  Ke-    With  the  exception  of  Sample  k,  we  have  used  s  =  -1/2. 
For  Sample  h  two  results  Eire  shown,  one  for  s  =  -1/2  and  one  for  s  =  +1/2.    Within  experimental  error 
and  considering  the  uncertainty  in  the  values  of  Ke>  the  experimental  results  may  be  represented  by 
W  =  pr  +  r»    If  Ke  is  calculated  using  s  «  -1/2,  then  3  has  the  following  values:    Samples  1  and  2 
(Bi2Te3)  p  =  2.0  x  10-5;  Sample  5  (Bi2Te5  +  2^  Bi2Se5)  p  =  2.2  x  10-5;  Samples  k,  5,  6  (BigTej  +  10^ 
Bi2Se5  +  I)  p  =  2.7  X  10-5;  Sample  7  P  =  2.6  x  10-5  mW-1.    We  observe  that  this  difference  cannot  be 
attributed  to  improper  values  of  Ke.    If  there  is  any  significant  difference  between  the  energy  depen- 
dence of  the  T»s  for  the  Bi2Te5  samples  and  for  the  alloys  containing  10^  Bi2Se5,  then  the  t  for  the 
latter  samples  should  be  a  less  rapidly  decreasing  function  of  E  than  the  t  for  the  Bi2Te5  samples. 
As  shown  by  the  results  with  s  =  +1/2,  this  difference  would  result  in  an  even  larger  difference 
between  the  values  of  p. 


h.  Discussion 

For  the  case  of  phonon  scattering  by  three  phonon  U-processes  combined  with  scattering  by  a 
random  distribution  of  point  defects,  KLemens  [l]  obtained  the  formula 
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for  the  lattice  thermal  conductivity.    In  this  expression       is  the  Debye  frequency,        is  the  phonon 
frequency  at  which  the  scattering  rates  for  the  two  processes  are  equal  and       is  the  lattice  thermal 
conductivity  of  the  defect-free  ciT-stal.    If  we  have       =  KoT"-*-  with  Kq  independent  of  T,  then  Uq  is 
proportional  to  N"-'-/^  where  N  is  the  concentration  of  defects  as  shown  by  Klemens  [l].    Figure  5 

shows  a  plot  of  Wl  =  1/Kl  calculated  from  this  formula  for  various  values  of  N.    Both  T,  Wl  and  N  are 
in  arbitrary  units.    The  lowest  line  W  =  Wu  =  T/Kq  shows  the  thermal  resistivity  of  the  defect- free 
material.    For  small  defect  concentrations,  i.e.,  uq  »        ®1  (2)  may  be  written       =       +  Wq  with 
Wq  =  (W^/3)(ioj)/(Jq)2  which  is  independent  of  T  and  proportional  to  N.    This  behavior  is  shown  by  the 
curve  labeled  N  =  1.    As  shown  by  the  curves  labeled  N  =  4  and  N  =  9>  Wl  cannot  be  approximated  by 
eq  (1)  with       independent  of  N  for  larger  values  of  N.    However,  this  figure  clearly  shows  that  over 
a  small  range  of  temperatures  the  curvature  in  a  plot  of  measured  veilues  of  Wl  vs.  T  would  not  be 
observed.    One  would  represent  all  the  results  between  say  T  =  10  and  T  =  50  by  eqioations  of  the  form 
Wl  =  PT  +  r  with  both  p  and  x  increasing  with  N.    This,  we  suggest,  is  the  explanation  of  our  experi- 
mental results  shown  in  figure  k.    Moreover,  the  results  shown  in  figure  h  do  not  exactly  fit  the 
straight  lines.    Because  of  experimental  error  and  the  uncertainty  in  Ke>  we  do  not  claim  that  the 
curvature  indicated  by  our  results  is  well  established  but  it  certainly  is  of  the  form  predicted  by 
eq  (2). 

An  attempt  to  give  a  quantitative  account  of  the  experimental  results  is  beset  with  many  diffi- 
culties.   The  uncertainty  in  the  values  of  Kq  has  already  been  described.    The  use  of  Ky  =  KqT"-'-  is 
certainly  not  completely  correct.    loffe  has  pointed  out  that  the  equation  Wy  =  (1/Ko)(T  -  9/3)  might 
better  represent  the  high  temperature  (T  ^  9)  lattice  thermal  resistivity  of  a  defect-free  material. 
Goldsmid  [I7J  has  reported  that  neither  formula  is  perfectly  satisfactory  for  BigTej.    The  value  of  Kq 
calculated  from  the  results  shown  in  figure  h  for  Samples  1  and  2  is  5.0  x  10^  Wm"l,  in  good  agreement 
with  the  value  reported  by  Satherthwaite  and  Ure  [9]  but  about  ih'jo  larger  than  the  value  foxond  by 
Walker  [I8].    The  data  for  Samples  1  and  2  do  not  answer  the  question  of  how  to  represent       as  a 
function  of  T  since  these  are  not  completely  defect-free  samples.    No  foreign  atoms  have  been  added  to 
these  samples  but  they  contain  defects,  such  as  vacancies,  inter stitials,  atoms  on  wrong  sites,  and 
dislocations,  which  are  effective  phonon  scatterers.    The  value  of       should  vary  with  Se  concentration. 
However,  if  it  is  permissible  to  use  a  virtual  crystal  model,  this  is  a  very  small  effect,  since  the 
lattice  thermal  conductivity  of  Bi2Sej  is  only  about  I.5  times  that  of  Bi2Te5  [lo]. 

The  compositions  given  in  Table  1  are  those  of  the  starting  materieil  and  are  not  necessarily  those 
of  the  samples  measured.    Samples  k,  5  and  6  contain  I  added  to  maintain  a  high  carrier  concentration. 
A  quantitative  account  of  the  measured  values  of  Wl  would  necessitate  the  separation  of  the  scattering 
due  to  Se  from  that  due  to  I  since  iodine  is  an  effective  phonon- scatterer  in  Bi2Te5.    The  addition  of 
I  to  the  10  mole      Bi2Se3  samples  was  necessary  for  the  following  reason.    Bi2Te^  crystallized  from  a 
stoichiometric  melt  is  p-type  (Bi  rich).    As  stoichiometric  amounts  of  Bi2Se5  are  added,  the  extrinsic 
hole  concentration  decreases  iintil,  for  a  composition  of  ~20  mole  ^  Bi2Se5,  the  materials  become 
n-type  [I9].    If  the  iodine  had  not  been  added  to  the  samples  containing  ~10  mole  ^  Bi2Se5,  then  their 
extrinsic  hole  concentrations  would  have  been  small  and  the  uncertainty  in  Kg  due  to  ambipolar  diffu- 
sion would  have  been  encountered  at  lower  temperatures.    This  is  seen  in  the  results  for  Sample  J. 
The  values  of  R,  p  and  a  given  in  Table  1  show  that  a  large  fraction  of  the  iodine  was  lost  in  the 
process  of  growing  Sample  7  from  the  material  from  which  Sample  6  was  cut.    The  value  of  Wl  for  Sample 
7  at  2'«3°K  (figure  k)  is  almost  certainly  incorrect  because  an  ambipolar  contribution  is  an  important 
part  of  Kg  at  this  temperature.    At  lower  temperatures  the  temperature  dependence  of  Wl  for  Sample  7  is 
not  qualitatively  different  from  that  for  Samples  k,  5  and  6  (we  know  that  at  least  part  of  this 
reduction  in  defect  concentration  is  due  to  the  loss  of  iodine).    We  can  then  conclude  that  there  is  no 
difference  between  the  lattice  thermal  conductivities  of  the  Bridgman  and  single-zone  grown  alloys  for 
T  >  80°    and  Se  concentrations  below  10  mole  ^  other  than  that  caused  by  different  point  defect 
concentrations . 

Despite  these  uncertainties,  it  nevertheless  seems  worthwhile  to  try  to  fit  the  Klemens  formula  to 
the  data.    For  Ge-Sl  alloys,  it  is  known  that  this  formula  does  not  give  a  good  account  of  the  tempera- 
ture dependence  of  Kl»    As  shown  by  Parrot  [2]  and  Abeles  [3],  the  theory  can  be  brought  into  reason- 
able agreement  with  experimental  results  only  when  the  effect  of  N-processes  are  also  included. 
Therefore,  it  is  of  interest  to  see  if  the  formula  can  do  somewhat  more  than  predict  the  qualitative 
changes  in  the  temperature  dependence  of  the  thennal  resistivity  of  the  alloys.    By  taking 
Wo  =  (Wu/3)((«>d/'Jo)  >  ®<1  (2)  becomes 

/~W  /5W~ 
o  u 

We  assume  that  Wu  =  2  x  10-5  t  °K  mW'^  is  the  same  for  all  specimens,  ignoring  the  small  change  in  Wu 
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with  the  addition  of  Bi2Se-z  predicted  by  the  virtual  crystal  model.    With  the  choice  of  Wq  =  0.18  and 
0.59  m  °K  W"^  for  Samples  5  and  h  respectively,  figure  6  shows  that  the  formula  gives  an  excellent 
account  of  the  experimental  results.    At  first  thought,  the  ratio  59/18  ~  5«3  does  not  seem  large 
enough.    Sample  h  should  contain  roughly  5  times  as  much  Se  as  Sample  5^  as  well  as  some  iodine  that  is 
absent  from  Sample  5»    However,  we  do  know  that  there  must  also  be  a  difference  in  the  vacancy /inter- 
stitiaQ.  concentrations  between  the  two  samples  and  until  the  effect  of  this  difference  is  understood, 
a  finsil  judgement  must  be  reserved.    This  fit  of  the  Klemens  formula  suggests  that  the  N-processes  may 
be  of  relatively  less  importance  to  the  high  temperature  thermal  conductivity  of  Bi2Te^  alloys  than  to 
the  Ge-Sl  alloys.    This  would  seem  to  be  a  reasonable  result.    It  is  known  [20]  that  the  Leibfried- 
Schloemann  formula  overestimates  the  lattice  thermal  conductivity  of  both  elements  and  compounds. 
However,  the  discrepancy  is  larger  for  compounds  than  for  elements  (in  the  case  of  Ge,  Si  and  6x2165, 
the  Leibfried-Schloemann  formula  overestimates  the  lattice  thermal  conductivity  by  factors  of  2.1,  I.5 
and  5.1  respectively).    Klemens  suggested  [20 ]  that  this  is  the  result  of  additional  U-processes 
arising  from  the  extra  zone  boundaries  in  the  compounds.    If  this  is  correct,  then  we  might  expect  that 
the  ratio  of  the  strengths  of  U  to  N  processes  would  be  larger  in  the  312^-^  alloys  than  in  the  Ge-Si 
aJJLoys.    However,  N-processes  are  most  effective  when  the  point  defect  scattering  is  dominant  and  this 
is  not  the  case  even  for  Samples  4,  5  and  6  at  8o°K.    For  Sample  k  at  Bo^K,  wd/wq  ~  3«5  whereas  Ge-Si 
alloys  have  been  measured  for  which  wd/wq  ~  13'    It  must,  therefore,  be  recognized  that  we  have  not 
put  the  Klemens  formula  to  an  exacting  test. 

In  figure  k  we  have  included  a  line  labeled  "Lenningrad" .    This  represents  the  results  found  by 
the  group  at  the  Lenningrad  Semiconductor  Institute  [12-151  for  a  sample  of  9li>  Bi2Te:5  +  3^  Sb2S5. 
Moreover,  they  find  dM-^/dT  to  be  Independent  of  defect  concentrations  for  samples  containing  as  much 
as  9  mole  ^  Sb2S5  so  that  their  results  can  all  be  represented  by  W  =       +  Wq  even  when  Wq  >  W^.  We 
do  not  understand  their  results  but  it  seems  quite  clear  that  point  defect  scattering  alone  cannot 
account  for  the  changes  in  K^  that  they  have  produced  by  alloying  Bi2Te5  with  Sb2S5.    They  also  claim 
the  sajne  type  of  results  for  Bi2Tej  -  Bi2Se^  alloys  for  samples  containing  as  much  as  8^  812865.  Our 
results  clearly  disagree  with  theirs.    It  does  not  seem  possible  to  understand  their  results  in  terms 
of  the  current  theory  of  point  defect  scattering. 

In  summary,  the  lattice  thermal  conductivity  of  'B±2'^'^  alloys  containing  as  much  as  10  mole  ^ 
812865  is  determined  only  by  the  chemical  composition  of  the  sample.    The  experimental  results  are  in 
excellent  qualitative  agreement  with  the  theory  that  treats  the  phonons  as  being  scattered  both  by 
three  phonon  processes  and  by  a  random  array  of  point  defects.    Quantitative  comparison  of  theory  and 
experiment  must  await  the  solution  of  a  number  of  problems.    However,  our  preliminary  attempts  to  fit 
the  theory  to  the  experimental  results  sijggests  that  good  quantitative  agreement  between  theory  and 
experiment  will  be  found. 
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Fig.  1       Measiared  values  of  the  thermal  conductivity,  K,  plotted  against  absolute  temperature,  T. 
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Fig.  k       Values  of  the  lattice  thermal  resistivity,  W_ ^  plotted  against  absolute  temperature,  T. 
Wj^  is  calcvilated  from  W^^  =  l/Kj.  and  Kj^  is  calculated  from       =  K-K^  where  K    is  the 
electronic  thermal  conauctivity  computed  from  the  measured  values  of  p  and  a  Lorenz  number 
deduced  from  the  measured  values  of  a.    All  values  of  the  Lorenz  number  were  ceilculated 
assuming  s  =  -1/2  with  the  exception  of  the  curve  labeled  s  =  +1/2  for  Sample  k  (see  text). 
The  line  labeled  "Lennlngrad"  shows  the  results  given  in  reference  [ij]  for  a  sample  of 
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Fig.  5       The  veuriation  of  the  lattice  thermal  resistivity,  W  ,  with  temperatiore,  T,  and  defect 

concentration,  n,  predicted  by  the  Klemens  formula  (eq  2).    W  ,  T  and  n  are  in  arbitrary 
units.    The  lowest  curve  shows  the  variation  of  W^,  the  lattice  thermal  resistivity  of  the 
defect-free  crystsilj  the  upper  curves  show  the  effects  of  adding  point  defects. 
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Thermal  Conductivity  of  Cadmium  Arsenide 
from  60  to  U00°K 


D,  P.  Spitzer 
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Stamford,  Connecticut  0690I1- 


Measurements  of  the  thermal  conductivity  of  Cd3As2  have  been  extended  to  lower 
temperatures  than  previously  reported  [l]  .    It  now  appears,  contrary  to  an  earlier 
interpretation,  that  the  lattice  thermal  conductivity  of  either  undoped,  Cu-doped, 
or  Se-doped  CdaAsg  is  l.k  1  0.2  W  m~^  deg"-"-  ( 1^4-  1  2  mW  cm~i  deg"^)  over  the  whole 
stated  range  of  temperature,  and  total  thermal  conductivities  are  anomalously  low 
because  of  electronic  components  that  are  much  less  than  given  by  the  Wiedemann- 
Franz  law.    Similar  results  have  been  reported  for  AggSe,  HgSe,  and  PbTe  at  low 
temperatures,  and  may  be  explained  by  assuming  inelastic  scattering  mechanisms, 
probably  of  electrons  by  electrons.    Inelastic  scattering  processes  probably  occur 
in  many  semiconductors,  but  the  effects  are  clearly  noticeable  only  in  materials 
with  high  carrier  mobility  euid  low  lattice  thermal  conductivity. 


Key  Words:    Cadmium  arsenide,  electron-electron  scattering,  electronic  thermal 
conductivity,  inelastic  electron  scattering,  lattice  thermal  conductivity, 
Lorenz  number,  thermal  conductivity,  thermal  resistivity. 


1.  Introduction 

An  earlier  publication  from  our  laboratories  presented  thermal  and  electrical  conductivities  for 
over  thirty  vstriously-doped  samples  of  CdsAsa  at  room  temperature  and  for  three  representative  samples 
from  2kc  to  i^OO°K  [l].    At  that  time,  low  thermal  conductivities  of  \andoped  samples  (and  some  doped 
ones)  were  ascribed  to  low  lattice  components,  due  to  unusually  effective  phonon  scattering  by  a  lattice 
defect  (As  vacancy).    CdsAsa  doped  with  Se,  which  increased  the  charge  carrier  concentration  but 
decreased  carrier  mobility,  had  normal  thermal  conductivities  in  accordance  with  the  Wiedemann-Franz  law. 

It  appeared  that  more  information  on  the  cause  of  the  low  thermal  conductivities  might  be  obtained 
from  thermal  conductivity  measurements  at  lower  temperatures,  on  both  undoped  and  Se-doped  CdsAsg.  The 
small  differences  in  lattice  thermal  conductivity  found  in  [l]  should  be  much  greater  at  lower  tempera- 
tures if  the  postulated  explanation  were  correct  (namely,  the  Se  was  assumed  to  fill  up  anion  vacancies 
thought  to  be  normally  present  in  undoped  CdsAss  so  that  the  usual  1/T  law  is  found  for  lattice  thermal 
conductivity  instead  of  the  temperature  independent  conductivity  that  results  from  impurity  scattering) . 


2.  Experimental 

The  samples  used  were  polycrystalline  pieces,  a  few  millimeters  on  a  side,  cut  fran  ingots  made  by 
fusion  of  the  elements  in  vacuum,  as  described  previously  [l].    In  addition  to  the  samples  described  in 
[1],  we  attempted  to  make  CdsAsg  with  a  smaller  nmber  of  carriers  by  zone-refining,  as  reported  by  Ugai 
and  Zyubina  [2].    Cd3As2  was  completely  sealed  in  a  graphite  tube,  except  for  a  small  hole  through  which 
it  could  be  evacuated,  and  this  in  turn  was  sealed  in  a  Vycor  tube.    A  molten  zone  about  two  centimeters 
wide  was  passed  through  the  20  cm  long  sample  at  i;he  rate  of  2.5  cm/hr.    After  forty  such  passes,  no 
significant  variation  in  carrier  concentration  along  the  length  of  the  sample  was  found.    Swiggard  [5] 
recently  reported  that  zohe-refining  of  CdaAsg  under  conditions  where  vaporization  was  eliminated  reduced 
the  number  of  carriers  by  only  a  factor  of  two.    Appreciable  sublimation  had  taken  place  in  our  case,  and 
this  might  have  evened  out  otherwise  small  differences  in  concentration. 

Meastirements  of  thermal  conductivities  at  room  temperature  and  below  were  made  in  an  apparatus 
designed  to  fit  into  a  helium  dewar  with  only  a  1.27  cm  (0.5  inch)  diameter  sample  chamber.    The  arrange- 
ment used  is  illiistrated  in  figure  1.    The  steady  heat  applied  at  the  bottom  end  of  the  sample  was  cal- 


Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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culated  directly  from  the  current  and  voltage  across  the  resistor  which  was  used  as  a  heater.    A  correc- 
tion was  made  for  radiation  losses  from  the  heater  block  surface  (this  surface  was  intentionally  black- 
ened so  that  its  approximate  emissivity  would  be  known).    This  correction  ranged  from  about  10^  at  room 
temperature  to  less  than  0.5/^  at  100°K.    Another  correction  was  made  for  conduction  through  the  leads 
connected  to  the  heat  source  and  through  the  themocouple  wires;  this  was  2-5^  of  the  total  heat  and 
essentially  independent  of  temperature.    The  thermal  conductivity  of  the  sample  is  simply  the  corrected 
heat  input  divided  by  the  resultant  temperatvire  difference  across  the  sample,  and  multiplied  by  the  ratio 
of  the  sample's  length  to  its  cross-sectional  area. 

Meastirements  on  samples  of  Inconel  702  of  known  thermal  conductivity  gave  results  that  were  correct 
within  t  5^,  at  least  down  to  about  8o°K.    The  measurements  on  the  Ci^As^  samples,  however,  were  gener- 
ally reproducible  only  to  within  10^.    At  lower  temperatures,  the  temperature  of  the  heat  sink  drifted 
too  much  to  permit  accurate  measurements  of  the  temperature  difference  across  the  sanple  (the  heat 
capacity  of  the  copper  sink  decreases  by  more  than  a  factor  of  ten  between  8o  and  20°K) .    It  is  likely 
that  this  difficulty  could  be  corrected  by  using  metal  Instead  of  polytetraf luoroethylene  rings  around 
the  sink. 

Electrical  conductivity  and  Seebeck  coefficient  were  measured  on  the  same  set-up,  after  moving  the 
position  of  only  one  lead  (from  the  end  of  the  heater  resistor  to  the  copper  block  around  it). 


5.  Results 

Total  and  lattice  thermal  conductivities  for  one  undoped,  one  Cu-doped,  and  two  Se-doped  samples  of 
CdsAsg  are  given  In  figtires  2  and  3.    For  the  undoped  and  Cu-doped  samples,  the  two  lattice  conductivi- 
ties given  result  from  two  different  estimates  of  the  electronic  thermal  conductivity,  as  described 
below.    The  lattice  conductivity  is  simply  the  difference  between  the  measured  total  thermal  conducti- 
vity and  the  calculated  electronic  thermal  conductivity. 

Electrical  conductivities  for  the  four  samples  are  given  in  figure  h.    Seebeck  coefficients  varied 
smoothly  from  about  15  MV/°K  at  6o°K  to  TO-80  HV/°K  at  UoO°K  for  undoped  or  Cu-doped  CdgAsg.    At  these 
same  temperatures,  the  Seebeck  coefficients  for  the  Se-doped  samples  were  about  10  and  ko  |iV/°K, 
respectively. 

Measurements  which  were  obtained  down  to  about  20''K  on  the  present  samples  did  indicate  that  total 
thermal  conductivities  continued  to  decrease  with  decreasing  temperature,  as  expected  from  \^  °^  LOT  and 
the  decreasing  lattice  heat  capacity  term.    The  scatter  in  these  data  became  quite  bad  at  these  lower 
temperatures,  however,  and  such  data  are  not  included  here.    More  accurate  measurements  at  lower  tempera- 
tures are  not  expected  to  affect  the  interpretation  of  the  results  to  be  presented. 

From  [1]  it  is  known  that  there  is  very  little  change  in  total  or  lattice  thermal  conductivity 
between  300  and  hoCK,  for  all  CdsAsg  samples,    (Unfortunately,  the  measurements  reported  here  were  not 
made  on  the  identical  samples  used  in  [l];  the  Cu-doped  sample  was  from  the  same  ingot,  however,  and  the 
other  samples  were  from  different  ingots,  but  prepared  under  identical  conditions.)    In  figure  2  of  [l], 
Xjj  for  a  Se-doped  sample  is  shown  to  be  increasing  with  decreasing  temperature,  but  it  is  now  thought 
that  a  greater  uncertainty  should  be  admitted  for  this  X^^,  because  of  the  large  electronic  component. 
It  Is  significant  that  the  points  for  this       fall  in  the  range  l.h  ±  O.h  W  m~i  deg"-'',  where  the  mean 
value  is  the  seme  as  that  ■  ^und  here. 

Thermal  conductivity  of  CdsAsg  In  the  temperature  range  8o-580°K  has  also  been  recently  reported  by 
Glraudier  [.k'\.    The  thermal  and  electrical  conductivities  of  his  sample  are  about  twice  those  of  our 
undoped  sample.    Giraudier's  thermal  conductivities  seem  generally  too  high,  especially  above  300°K, 
where  the  thermal  conductivity  is  shown  to  be  Increasing  considerably  with  temperat\ire .    The  lattice 
conductivity  can  hardly  be  Increasing,  and  the  electronic  conductivity  should  be  nearly  independent  of 
temperature.    Below  300°K,  good  agreement  with  ovr       of  1.^4^  W  m~^  deg"-*-  Is  obtained  only  if  an  L  as 
high  as  3.l(k/e)^  is  assumed  (k  is  Boltzmann's  constant  and  e  is  the  electronic  charge).    This  is 
reasonable  only  if  the  carrier  concentration  is  much  higher  than  for  our  samples,  but  this  is  not  known. 

A  description  of  the  calculation  of  the  electronic  thermal  conductivity  has  been  given  in  the 
earlier  publication  [l].    This  is  calculated  as  usual  from  the  electrical  conductivity  and  the  Lorenz 
constant.    L  is  determined  from  a  knowledge  of  the  carrier  scattering  mechanism,  as  given  by  temperature 
dejjendence  of  mobility,  and  from  the  position  of  the  Fermi  level,  calculated  from  the  Seebeck  coeffi- 
cient. 

According  to  our  calculations  and  those  of  others  [5],  even  undoped  CdsAsg  is  quite  degenerate, 
with  a  Fermi  level  about  0.12  eV  (~  5kT  at  300°K)  above  the  bottom  of  the  conduction  band  and  not  much 
dependent  og  temperature.    Consequently,  L  calculated  as  above  for  undoped  CdsAsa  is  near  the  Lq  = 
(rr/3)(k/e)    value  that  applies  to  a  completely  degenerate  conductor,  namely,  L~  3.0(k/e)    at  500°K  [l]. 
Similarly,  L  ~  2.9(k/e)^  was  found  for  the  Cu-doped  CdaAsg  and  L  ~  3.1(k/e)^  for  Se-doped  CdgAsa.  Using 
these  values  for  L  gives  the  X'^^  curves  for  samples  1  and  2  (fig.  2)  and  the  Xj  values  for  samples  5  and 
k  (fig.  3).    The  Xj^  curves  for  samples  1  and  2  result  from  taking  L  =  2.0(k/e)2'  instead.    It  Is  thought 
to  be  just  coincidental  that  this  is  the  L  for  the  completely  non-degenerate  case. 
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k.  Discussion 

There  is  now  considerably  more  evidence  for  anomalously  low  electronic  thermal  conductivities  than 
for  low  lattice  thennal  conductivities:    ( l)  The  anomaly  decreases  as  electrical  condiKtlvity  decreases. 
(2)  It  is  now  found  the  Xj^  is  independent  of  temperature  for  Se-doped  as  well  as  vindoped  CdsAsg.  This 
means  that  our  explanation  as  to  why  Se-doping  apparently  increased  lattice  thermal  conductivity  (i.e., 
Se  atoms  were  thought  to  fill  up  As  vacancies)  has  no  support.    (5)  The  X-^  for  all  of  o\ir  samples  are 
identical  over  the  entire  temperature  range  if  we  assume  that  the  Lorenz  number  for  undoped  ( or  Cu-doped) 
CdgAss  is  a  low  2(k/e)^.    {k)  X-^  =  1.2  W  m"!  deg"^  at  8o°K  has  been  found  by  Goldsmid  [6]  from  measure- 
ments utilizing  a  magnetic  field  to  directly  eliminate  the  electronic  thermal  conductivity.    This  is  in 
good  agreement  with  our  value  of  l.h  t  0.2  V  m-i  deg-i  found  when  a  low  electronic  thermal  conductivity 
is  assmed.    Such  measurements  using  magnetic  fields  will  ultimately  provide  the  most  direct  separation 
of  lattice  and  electronic  thermal  conductivity. 

As  more  data  become  available  on  thermal  conductivities  of  materials  that  have  comparable  lattice 
and  electronic  thermal  conductivities,  it  appears  that  adherence  to  the  Wledemann-Franz  law,  with  Lorenz 
numbers  calculated  as  indicated  above,  is  the  exception  rather  than  the  rule.    There  are  presently  only 
a  handful  of  materials  for  which  measxirements  of  thermal  conductivity  have  been  made  on  samples  of  vary- 
ing electrical  conductivity.    Besides  CdsAsg,  this  list  includes  BigTes  [7],  AgaTe  [8],  AggSe  [9,  lo] , 
SnTe  [11],  InAs  [l2],  HgSe  [13],  and  FbTe  [1I+,  I5,  16]  (some  such  data  are  also  available  for  BigSeg 
[17]  but  are  too  limited  to  permit  definite  conclusions  regarding  scattering  mechanism).    Most  of  these 
materials  clearly  show  considerable  deviations  from  the  electronic  thermal  conductivity  when  calculated 
as  previously  mentioned. 

Perhaps  Bl^Tej  is  the  only  compound  on  the  above  list  that  closely  obeys  the  Wledemann-Franz  law. 
Low  values  for  total  thermal  conductivity  have  been  fomd  for  some  samples  of  BiaTeg  [7] ,  but  this  has 
quite  conclusively  been  shown  to  be  due  to  a  low  lattice  component  (caused  by  a  large  pbonon  scattering 
cross-section  for  the  halogen  ion  dopants  used) . 

Available  data  for  AggTe  [8]  do  not  extend  to  very  high  electrical  conductivities  and  could  be  fit 
equally  well  with  a  lower  Lorenz  number  if  it  is  assumed  that  the  samples  with  the  lowest  electrical 
conductivities  have  a  lattice  component  that  is  about  0.2  W  m~^  deg~i  less  than  for  the  other  samples 
(this  seems  reasonable  because  some  of  these  samples  are  stated  to  be  defective  in  silver  and  the  low 
electrical  conductivity  of  the  others  suggests  that  they  are  more  than  usually  disordered) . 

SnTe  is  different  from  the  other  materials  in  the  list  above  in  that  it  has  a  rather  low  carrier 
mobility  and  is  not  a  good  thermoelectric  material.    The  carrier  concentrations  in  the  SnTe  samples  Cll] 
were  at  least  a  factor  of  ten  greater  than  for  the  other  materials  in  the  list.    Here  the  Lorenz  numbers 
were  found  to  be  generally  greater  than  Lq.    It  was  suggested  that  there  was  a  connection  between  the 
behavior  of  the  Lorenz  number  and  a  band  structure  involving  two  valence  bands,  but  the  physical  pro- 
cesses involved  could  not  be  identified.    The  anomaly  in  the  electronic  thermal  conductivity  of  SnTe  is 
almost  certainly  quite  different  from  that  in  CisAs^  in  any  event. 

CdgASg,  FbTe,  AgaSe,  HgSe,  and  InAs  all  definitely  exhibit  finomalously  low  Lorenz  numbers,  at  least 
over  some  range  of  temperature  eind  carrier  concentration.    It  seems  likely  that  some  type  of  inelastic 
electron  scattering  is  responsible  for  the  low  Lorenz  numbers  in  all  of  these  materials.    In  some  cases 
the  inelastic  electron  scattering  may  be  caused  by  optical  phonons  and  in  other  cetses  may  be  caused  by 
other  electrons.    At  room  temperature,  Lorenz  numbers  are  markedly  low  only  for  CdsAs^  and  AggSe,  No 
explanation  has  been  given  for  AggSe,  but  its  behavior  is  generally  more  similar  to  CdgAs^  than  to  any 
of  the  other  materials  mentioned. 

InAs  has  such  a  high  lattice  thermal  conductivity  that  accurate  experimental  determination  of  the 
electronic  component  has  not  been  possible.    Thermal  conductivity  measurements  on  highly  doped  InAs  have 
been  reported  L12]  only  for  the  temperature  range  50O-70O°K,  and  even  at  these  temperatures  the  lattice 
conductivity  is  fairly  high  and  the  electronic  contribution  is  rather  uncertain.    The  electronic  com- 
ponent is  definitely  lower  than  expected  and  can  be  at  least  partly  accounted  for  by  scattering  of 
electrons  by  optical  phonons;  a  reduction  in  L  to  O.60L0  was  calculated  for  scattering  by  optical  pho- 
nons. 

The  most  unequivocal  separation  of  electronic  and  lattice  thermal  conductivities  is  obtained  by 
measurement  of  thermal  conductivity  with  and  without  a  strong  magnetic,  field.    The  latter  measurement 
gives  the  lattice  conductivity  directly,  and  the  difference  of  the  two  measurements  is  the  electronic 
component.    Such  measurements  have  been  made  for  FbTe  and  HgSe  at  low  temperatures  (below  5O0''K) .  The 
HgSe  samples  [13]  were  eill  very  degenerate,  with  the  Fermi  level  being  7-50  kT  above  the  bottom  of  the 
conduction  band.    The  Lorenz  number  was  foiind  to  be  only  about  JOii  and  k'^f  of  Lq  at  95  and  205°K, 
respectively.    Since  there  was  also  previous  evidence  that  optical  phonons  were  involved  in  the 
scattering  processes,  it  was  sviggested  that  the  low  Lorenz  numbers  were  associated  with  the  inelastic 
nature  of  the  electron  scattering  by  the  optical  phonons  (as  was  done  for  InAs  above).    Ho  quantitative 
analysis  was  attempted.    It  is  generally  agreed  that  scattering  of  electrons  in  CdsAsg  is  predominantly 
by  acoustic  phonons  [18,  I9,  5],  and  it  is  unlikely  that  the  explanation  given  for  HgSe  applies  to 
CdsA^a. 
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Measurements  on  PbTe  [l5)  l6]  were  made  on  somewhat  less  degenerate  samples,  with  Fermi  levels 
about  2-12  kT  above  the  bottom  of  the  conduction  band.    Low  Lorenz  numbers  were  found  below  room  tempera- 
ture, with  a  minimum  of  about  O.SLq  in  the  vicinity  of  100°K,  for  samples  with  carrier  concentration  in 
the  range  10^'*  to  K)^^  m~^  (10^®  to  10^''  cm~^).    The  low  Lorenz  numbers  were  explained  on  the  basis  of 
electron-electron  collisions,  which  had  also  been  satisfactorily  used  to  explain  thermoelectric  power 
data  for  FbTe  [20]. 

Equation  (1)  is  given  by  Moizhes  and  Ravich  [20]  for  the  thermal  resistivity  due  to  electron- 
electron  scattering: 


5TT*e^(kT)^rgUnN 

2  .3      4  2 

Wo        5eeo     vj,  kj. 


(1) 


Here  Wq  is  the  thermal  resistivity  associated  with  elastic  scattering  mechanisms,  as  given  by  the 
Wiedemann-Franz  law,  kj,  is  the  average  crystal  momentum  at  the  Fermi  level. 


kj.  =  (^n^n/N)^/""  (2) 


vp  is  the  velocity  corresponding  to  this  crystal  momentum,  N  is  the  number  of  energy  ellipsoids,  r^  is 
the  screening  radius, 


p  is  the  density  of  states,  u  is  the  electron  mobility,  and       is  the  high  frequency  dielectric  con- 
stant.   Using  eq  (1),  Moizhes  and  Ravich  find       /Wq  =  1.0  at  77°K,  in  excellent  agreement  with  the 
value  of  0.7  required  to  explain  their  experimental  data.    In  repeating  this  calculation,  we  obtain  a 
value  of  9.3  instead  of  1.0  for  Wgg/Wo.    Moizhes  and  Ravich,  however,  did  not  explicitly  state  what 
value  they  used  for  the  effective  mass  (which  enters  into  Vp) ,  and  it  may  be  that  they  used  something 
other  than  the  0.12  mo  that  we  used.    One  cannot  really  expect  such  good  agreement  as  is  claimed,  any- 
way, and  it  is  significant  enough  that  the  calculation  gives  the  right  order  of  magnitude. 

The  same  calculation  may  readily  be  made  for  CisAs^.  Using  values  of  n  =  2"10^*  m  ,  P  =  1.7'10^^ 
(eV)"^  m-3,  e„  =  I6.5  [21],  u  =  3.0  m^  V"^  sec-i,  m  =  0.05  mo,  eq  ( l)  gives  W^^/Wo  =  2.2  at  77°K,  which 
is  of  the  same  order  of  magnitude  as  for  PbTe, 

The  form  of  eq  ( 1)  also  agrees  with  the  temperature  dependence  of  the  electron-electron  resistance 
in  FbTe  below  about  lOCK,  i.e.,  W^^  decreases  with  decreasing  temperature.    Our  data  on  CdsAsg  do  not 
go  to  low  enough  temperatxires  to  make  a  comparison.    For  PbTe  above  100°K,  however,  the  experimental 
Wgg  decreases  with  increasing  temperature,  contrary  to  eq  (1).    This  is  ascribed  in  [16]  to  the  sample 
becoming  non-degenerate,  but  this  seems  doubtful.    For  CdsAsg,  the  extra  thermal  resistivity  is  practi- 
cally independent  of  temperature. 

If  the  Vy  and  kp  are  expressed  in  terms  of  n  in  eq  ( l) ,  it  is  seen  that  W^^  should  decrease  with 
increasing  n  (Wgg  does  not,  on  the  contrary,  increase  indefinitely  as  n  decreases,  since  n  must  always 
be  large  enough  for  degenerate  statistics  to  apply).    This  dependence  on  n  was  actually  observed  for 
PbTe,  and  this  agrees  qiialitatively  with  our  results  on  CdsAss.    Namely,  the  Se-doped  CdsAsg  samples 
with  about  six  times  the  number  of  carriers  as  the  undoped  samples  do  not  show  the  extra  thermal 
resistivity  that  the  undoped  samples  do.    (However,  the  fact  that  the  mobility  dependence  on  temperature 
is  less  for  Se-doped  CdgAsa  (u^'T-Vs)  than  for  undoped  CdgAsg  (u  °"  T-i)  suggests  that  impurity  scat- 
tering is  greater  in  the  Se-doped  samples,  and  this  may  also  lead  to  a  higher  Lorenz  number.) 

As  pointed  out  in  [21],  an  equation  similar  to  ( l)  is  given  by  Ziman  [22],  for  W^^  only: 

Wgg  =  (9A0)(TT^)(eVvFEF^)(R/q)  W 

where       is  the  Fermi  energy,  R  is  the  same  as  kj.  with  N  =  1,  and  q  is  the  same  as  l/rg  with  €^  =  1. 
Using  the  same  numbers  for  CdsAsg  as  above,  eq  {h)  yields  Wg    =  5  ni  deg  W"-'-,  approximately,  at  room 
temperature.    The  extra  thermal  resistance  found  experimentally  is  about  0.5  m  deg         over  otir  whole 
temperature  range,    Ziman  recognizes  that  eq  (U)  overestimates  the  electron-electron  thermal  resistance. 
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This  may  be  due  In  part  to  the  neglect  of  the  dielectric  constant  of  the  material;  a  high  dielectric  con- 
st-ant woTild  be  expected  to  decrease  the  strength  of  the  interaction  between  electrons  and  result  in  a 
lower  Wgg.    It  is  most  significant,  however,  that  the  Wgg  calculated  for  CdgAsa  is  a  factor  of  lO'*  larger 
than  that  quoted  by  Ziman  for  a  typical  metal  ( sodium) .    This  is  seen  to  be  primarily  connected  with  the 
much  lower  Fermi  energy  of  the  semiconductor.    According  to  Ziman  [22],  the  mean  free  path  for  electron- 
electron  collisions  is  proportional  to  (Ep/kT)^,  i.e.,  collisions  are  much  more  likely  in  the  material 
with  the  lower  Fermi  energy. 

5.  Conclusions 

It  appears  that  inelastic  scattering  processes  occur  in  many  semiconductors,  but  the  effects  are 
clearly  noticeable  only  in  materials  with  high  carrier  mobility  and  low  lattice  thermal  conductivity. 
Inelastic  scattering  of  electrons  may  be  caused  by  either  optical  phonons  or  by  other  electrons. 
Scattering  by  optical  phonons  has  been  invoked  to  explain  the  electronic  thermal  conductivity  of  HgSe 
and  InAs,  while  electron-electron  scattering  qualitatively  explains  the  behavior  of  the  electronic 
thermal  conductivity  in  PbTe  below  100°K  and  gives  at  least  the  right  order  of  magnitude  for  the  extra 
thermal  resistance  in  CdsAsg.    The  band  structure  of  CdsAsg  is  thought  not  to  be  simple,  and  it  has 
been  proposed  [l8,  25]  that  there  are  two  conduction  bands  with  different  effective  masses.    Such  details 
may  be  important  for  the  electronic  thermal  conductivity.    It  is  hoped  that  the  approximations  presently 
available  for  calculating  inelastic  scattering  processes  can  be  improved  and  that  more  direct  aieasxire- 
ments  of  electronic  thermal  resistance  in  semiconductors  will  be  made. 

If  one  expresses  all  parameters  |n  eq  (1)  in  terms  of  effective  mass  and  ceu:rler  concentration 
(taking  u  proportional  to  T"^/^  m*"  /    and  p  proportional  to  m  n^/^) ,  then 

Wee/Wo  «(TV-m*) A e"/V/^)  (5) 

*/  3/2 

The  ratio  m  /e       varies  from  one  semiconductor  to  another  by,  at  most,  a  factor  of  about  ten;  for 
thermoelectric  materials  only,  the  variation  is  just  a  factor  of  two.    Hence  W^^  may  be  significant  in 
any  semiconductor  that  is  degenerate  at  a  relatively  low  carrier  concentration,  i.e.,  one  that  has  a 
low  effective  mass. 

The  lattice  thermal  conductivity  of  CdsAsg  has  been  rather  ignored  here.    In  a  way,  the  interpreta- 
tion of  our  data  is  straightforward  since  the  temperature  independence  of  the  lattice  thermal  conductivi- 
ty clearly  indicates  that  the  phonon  scattering  is  predominantly  by  impurities,  both  for  undoped  and 
doped  CdsAsa.    The  impurities  must  be  lattice  defects,  and  are  still  presmed  to  be  arsenic  vacancies; 
there  is  still  no  direct  evidence  on  this  point,  however. 
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TO  VACUUM  FEED-THROUGH 


Figure  1.     Thermal  conductivity  apparatus. 
A  -  main  heater;  B  -  copper  heat  sink; 
C  -  polytetraf luoroethylene  spacers; 
D  -  saraple  ;  E  -  copper-constantan  thermo- 
couples; F  -  copper  heater  block.;  G  -  heater 
resistor  (Corning  glass) ;  H  -  brass  shield. 
The  diameter  of  the  body  of  the  apparatus 
is  1.20  cm,  and  the  overall  length  is  about 
18  era. 


Figure  2.    Total  and  lattice  thermal  conduc- 
tivities of  (1)  Cd3As2  (2-lo2'^electrons/m-^) 
and  (2)  Cd3As2  +  0.1  wt.  %  Cu  (1.6-10 
electrons /m-')  as  a  function  of  temperature. 
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Measurement  of  Dislocation  Phonon  Scattering  in  Alloys 
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England 


Measurement  of  thermal  conductivity  between  1.5  and  4.2°K  combined  with  the 
determination  of  dislocation  density  by  transmission  electron  microscopy  yielded 
values  for  dislocation  phonon  scattering  in  three  copper  aluminium  alloys,  and  one 
copper  zinc  alloy.      The  results  indicated  that  dislocation  phonon  scattering  in 
copper  alloys  depends  on  both  the  type  and  amount  of  solute,  and  that  the  effects  of 
dislocation  arrangement  are  small.      More  careful  experiments  to  detect  any  effect 
due  to  dislocation  arrangements  have  been  carried  out.      An  experiment  to  measure 
the  thermal  conductivities  of  a  deformed  12  at.%  copper -alijminium  alloy  while  held 
under  tension  near  its  flow  stress,  and  while  released,  indicated  no  difference 
between  the  two  cases.      In  an  experiment  on  a  deformed  single  crystal  of  a  12  at.% 
copper -aluminium  alloy,  a  small  effect  ascribed  to  an  anisotropy  in  the  scattering 
of  phonons  by  screw  dislocations  has  been  found.      In  both  these  experiments  the 
X/T  against  T  graphs  showed  a  kink  at  about  3°K.      This  may  be  explained  by 
considering  the  scattering  of  phonons  from  edge  dislocation  dipoles. 

Key  Words:     anisotropy,  copper  alloys,  dislocations,  lattice  conductivity,  phonon 
scattering. 

1.  Introduction 


At  liquid  helium  temperatures  the  thermal  conductivity  of  annealed  copper  alloys  with  residual 
resistivities  less  than  about  0.1  yfJm  can  be  well  represented  by 

X  =  AT  +  BT^  .  (1) 


where  the  quadratic  term  is  entirely  due  to  lattice  conduction,     its  magnitude  is  limited  by  electron- 
phonon  scattering  which  has  the  same  dependence  on  phonon  wave  number    q    as  the  expected  scattering  due 
to  individual  dislocations.      So  the  effect  of  plastic  deformation  is  to  reduce  the  value  of  B  in  eq  (1). 
Changes  in  B~^  give  values  of  W^T^  which  is  a  measure  of  the  extra  thermal  resistivity  due  to  the 
dislocations  introduced. 

From  measurements  of  W^T^  combined  with  the  determination  of  dislocation  densities  using 
transmission  electron  microscopy  we  have  obtained  values  for 

0-4-  (2) 

Q 


for  some  oi  phase  copper  aluminium  alloys.      The  results,  which  have  been  submitted  for  publication  else- 
where (1)  ,  were    that  a    varied  from  1.0  ±  .3  x  10"^^         m^  deg^  for  a  2  at.%  alloy  to 
2.1  ±   .7  X  10"^^         m^  deg^  for  a  12  at.%  alloy.        We  thought  that  this  variation  was  due  to  the 
marked  changes  in  dislocation  structures  with  aluminium  content  which  is  observed  in  these  alloys  (2). 
The  12  at.%  alloy  has  a  low  stacking  fault  energy  and  the  dislocation  s.tructure  is  quite  regular  with 
the  frequent  occurrence  of  rows  of  dislocations  of  the  same  sign.      In  the  2  at.%  alloy  the  dislocations 
are  very  tangled.      It  seenled  possible  that  the  higher  value  of  a  in  the  12  at.%  alloy  was  due  to  the 
effect  of  dislocation  pile  ups.      This  was  suggested  previously  by  Klemens  (3)  as  a  possible  explana- 
tion of  the  discrepancies  which  exist  between  theoretical  and  experimental  values  of  a.  However, 
70-30  a  brass  has  a  dislocation  structure  in  the  deformed  state  very  similar  to  that  found  in  our 
12  at.%  copper  aluminium  alloy,  and  the  value  of  a  obtained  by  Lomer  and  Rosenberg  was  about 
0.5  X  10"-'    \-J~^  m^  deg^,   (4).      Believing  this  might  be  in  error  we  made  a  similar  measurement  and 


Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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obtained  a  value  for  a  brass  of  0.4  *   .2  x  10~^    W~    m    deg  .      We  therefore  suggested  that  the  values 
of  a  obtained  in  copper  alloys  depend  upon  both  the  type  and  amount  of  solute  present,  and  that  they 
appear  to  be  substantially  independent  of  dislocation  arrangement. 

Because  this  conclusion  seems  at  variance  with  the  strain  field  model  for  dislocation-phonon 
scattering  we  have  carried  out  some  further  experiments  to  investigate  the  effect  of  pile  ups  and 
dislocation  arrangements  on  the  lattice  thermal  conductivity  of  a  12  at.%  copper-aluminium  alloy. 

2 .     The  Specimens 

The  alloy  of  nominal  composition  12  at.%  was  prepared  and  analysed  by  the  International  Research 
and  Development  Co.  as  described  previously  (5).      The  mean  composition  of  the  ingot  from  which  all 
the  specimens  were  made  was  11.3  at.%  aluminium  in  copper. 

Single  crystals  were  grown  in  graphite  moulds  using  the  Bridgman  technique.       The  polycrystalline 
specimens  used  in  the  under  stress  experiment  described  below  were  turned  out  from  as  received 
material  and  annealed  for  about  15  hours  at  750  C  before  use. 

3.     The  Experiment  to  Detect  Pile-Ups 
3.1     The  Idea 

The  strain  field  of  a  dislocation  pile-up  depends  upon  the  spacing  of  the  dislocations  in  it. 
This  can  be  altered  by  applying  an  external  stress.      The  phonons  are  scattered  by  the  strain  field,  so 
that  if  pile-ups  in  any  number  are  present  one  might  expect  to  find  a  difference  between  the  lattice 
thermal  conductivities  of  a  deformed  specimen  while  in  a  relaxed  state  and  v/hile  held  under  tension. 
Since  the  effect  of  a  stress  is  to  decrease  the  average  spacing  between  dislocations  in  a  pile-up  it  is 
to  be  expected  that  a  specimen  ixnder  stress  will  have  a  lower  conductivity  than  a  relaxed  specimen. 
To  perform  such  an  experiment  the  specimen  must  be  constrained  by  a  jig,  and  at  the  same  time  the 
thermal  conductivity  measured. 

3.2     The  Techniques  Used  in  the  Under-Stress  Experiments 

It  was  decided  to  use  a  jig  of  very  high  thermal  conductance  and  to  supply  the  heat  to  the 
specimen  from  the  centre.      Thus  the  two  ends  of  the  specimen  are  maintained  at  equal  temperatures. 
The  jig  is  shown  in  figure  1.      Stainless  steel  threaded  end  pieces  E  were  brazed  on  to  the  speci- 
men S,  these  served  both  to  take  the  nuts  N,  and  to  enable  the  specimen  to  be  fitted  into  ^  tensile 
machine.      The  thermal  contact  from  the  ends  of  the  specimen  to  the  copper  j ig  J  were  made  by  soldering 
copper  wires  w  between  them  and  the  jig  corners.      The  connection  of  the  jig  to  the  heat  sink  was  made 
by  a  3  mm  diameter  copper  wire  W  from  the  centre  of  the  cross  piece  B.      The  specimen,  with  a  heater  H 
and  thermometers  Tj  and  T2  attached  as  shown,  was  fitted  in  the  jig  and  then  mounted  in  a  tensile 
machine.      After  a  suitable  amount  of  plastic  deformation,  and  with  the  stress  still  applied,  the  nuts 
N  were  tightened  until  the  stress  registered  on  the  tensile  machine  had  dropped  to  zero. 

The  specimen  is  then  held  in  the  jig  under  tension  near  the  flow  stress,  and  when  mounted  in  the 
cryostat  and  cooled  to  4.2  K  remains  in  this  condition.      We  believe  this  to  be  the  case  because; 

(a)  Separate  experiments  in  the  tensile  machine  indicated  that  after  an  initial  load  drop 

of  about  2%  of  the  flow  stress  no  load  relaxation  in  the  specimen  and  end  pieces  occurred 
over  periods  of  up  to  12  hours. 

(b)  The  differential  contraction  between  specimen  and  jig  which  occurs  on  cooling  is  of  such 
a  sign  as  to  cause  further  plastic  deformation. 

The  cryostat  was  similar  to  one  previously  described  (5).      Measurements  of  Q  and  AT,  the 
temperature  difference  down    one  half  of  the  specimen,  were  made  between  1.5  and  4.2°K.      The  system 
was  then  warmed  to  room  temperature,  the  nuts  N  loosened  and  removed,  and  the  measurement  of  Q  and  AT 
repeated.      For  a  symmetrical  arrangement  X  is  easily  calculated  since  half  the  heat  produced  in  the 
heater  goes  in  each  direction;     but  in  any  case  A  may  be  calculated  knowing  the  size  factor  of  the 
gauge  length  and  the  relative  size  factors  of  the  two  halves  of  the  specimen  between  the  heater  tag  and 
the  points  where  the  wires  w  are  attached.      A  comparison  of  the  values  of  \  determined  in  this  way  for 
a  relaxed  specimen  in  the  jig  with  the  values  obtained  by  the  standard  method  for  the  same  specimen 
removed  from  the  jig  gave  results  which  agreed  to  within  1%  of  \. 
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4.     The  Experiment  to  Detect  Anisotropy 
4.1     The  Idea 

This  is  similar  to  the  experiment  carried  out  by  Moss  (6)  on  non-metallic  crystals.      We  tried  to 
prepare  from  a  deformed  single  crystal  specimens  in  which  the  angle  between  the  heat  current  and  the 
dislocation  lines  differed.      This  experiment  is  very  difficult  in  a  face  centred  cubic  material 
because  one  must  limit  plastic  deformation  as  much  as  possible  to  one  slip  system.       This  in  turn 
limits  the  dislocation  densities  which  can  be  introduced,  and  one  is  trying  to  detect  small  changes  in 
W^T^  against  a  relatively  large  background  of  electron-phonon  scattering. 

4.2     Specimen  Preparation 

Figure  2  shows  diagrammatically  a  single  crystal  of  12  at.%  copper-aluminium  of  dimensions 
.2  X  10  X  2.5  cm.      The  operative  slip  plane  containing  the  primary  burgers  vector  Id  is  shown.      _b  made 
an  angle  of  10°  with  the  trace  of  the  slip  plane  on  the  thin  face  of  the  crystal.      This  crystal  was 
deformed  in  tension  as  much  as  possible  consistent  with  only  one  slip  system  operating.      This  was 
judged  from  the  absence  of  a  significant  number  of  slip  lines  on  any  but  the  primary  system.  (In 
this  connection  it  is  worth  noting  that  Steeds  and  Hazzledine  (7)  measured  the  relative  densities  of 
primary  and  secondary  dislocations  in  a  10  at.%  copper-aluminium  alloy  after  45%  shear  strain.  They 
found  that  the  density  of  the  primary  dislocations  was  about  four  times  that  of  the  secondary 
dislocations.)      Then  the  directions  in  the  crystal  of  the  primary  edge  and  screw  dislocations  may  be 
determined.      Two  specimens  of  the  shape  shown  in  figure  2  complete  with  thermometer  tags  T  were 
obtained  by  cutting  perpendicular  to  the  large  face  ABCD  of  the  crystal.      This  was  done  by  spark 
machining.      In  one  specimen,  referred  to  here-after  as  cross  1,  the  orientation  of  the  cross  was 
chosen  such  that  the  primary  edge  dislocations  made  equal  angles  with  both  arms  Aj  A2  and  Bj  B2 .  The 
angle  between  the  screw  dislocations  and  these  two  directions  however  differed.       In  cross  2  the 
situation  with  regard  to  the  edge  and  screw  dislocations  was  reversed.      Thus  a  comparison  of  the 
thermal  conductivities  of  the  two  arms  of  cross  1  or  of  the  two  arms  of  cross  2  will  show  any  aniso- 
tropy in  the  scattering  of  phonons  by  screw  and  edge  dislocations  respectively. 

One  arm  of  each  cross  made  an  angle  of  about  30°  with  the  tensile  axis  so  that  it  is  reasonable 
to  assume  equal  mean  dislocation  densities  and  the  same  dislocation  structures  for  both  arms  of  any 
one  cross. 

5.  Results 
5.1    The  Jig  Experiment 

The  results  for  the  measurements  done  in  the  jig  are  shown  in  figure  3.      The  upper  set  of  points 
is  for  the  single  crystal.      This  had  been  deformed  about  20%  in  tension  to  a  stress  of  7  kg  mm~  . 
The  lower  set  of  points  is  for  the  polycrystal  which  was  deformed  by  about  5%  at  a  stress  of  20  leg  mm~2 
For  both  specimens  the  open  circles  refer  to  the  relaxed  condition.      Note  that  the  ordinates  for  the 
two  specimens  are  shifted  relative  to  one  another. 

The  vertical  arrows  on  the  graph  indicate  ±  1%      and  within  this  range,   (a)  there  is  no  signifi- 
cant difference  between  the  measurements  under  stress  or  relaxed  for  either  the  poly  or  the  single 
crystal,  and  (b)  straight  lines  may  be  drawn  through  the  points.      However,  the  scatter  on  the 
individual  curves  is  considerably  less  than  *  1%,  and  in  the  case  of  the  polycrystal  the  relaxed 
measurements  give  lower  values  throughout  the  temperature  range.      This  is  the  opposite  of  what  one 
would  expect  for  pile-ups,  and  any  change  in  size  factor  caused  by  the  elastic  deformation  of  the 
specimen  under  tension  can  only  increase  this  difference.      Moreover,  if  one  joins  up  the  points  the 
X/T  against  T  plots  appear  as  a  curve  for  the  single  crystal  under  stress,  but  more  like  a  kinked 
straight  line  for  the  remaining  three  sets  of  points. 

5.2      The  Anisotropy  Experiment 

The  flat  single  crystal  was  deformed  about  25%  in  tension  at  a  flow  stress  of  6  kg  mm  ^.  This 
took  the  crystal  through  stage  I  of  the  work  hardening  curve  and  into  the  beginning  of  stage  II.  The 
table  below  gives  the  angles  between  the  heat  current  and  the  primary  edge  and  screw  dislocations  for 
each  cross.      The  edges  in  cross  1  were  not  at  exactly  the  same  angle  due  to  the  rotation  of  the  cry- 
stal axis  during  deformation. 
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Table  1.  The  angles  between  the  primary  dislocations  and  the  heat  flow  for  the 
directions  measured.  The  graphical  sjnmbols  used  in  figure  4  are  also 
given. 

Cross  1  Cross  2 


Al  A2 

Bl  B2 

Al  A2 

Bl  B2 

Angle  to  Edges 

55° 

63° 

80° 

46° 

Angle  to  Screws 

35° 

73° 

52° 

52° 

Graphical  Symbol 

o 

□ 

V 

X 

The  results  of  the  thermal  conductivity  measurements  are  shown  in  figure  4.      The  graphical  symbols 
used  are  indicated  in  table  1,  and  the  points  for  cross  2  are  shown  displaced  to  the  right  by  0.6  K. 
Almost  all  the  points  can  be  made  to  lie  within  *  1%  X/T  of  the  same  straight  line.      Taken  at  their 
face  value  each  set  of  points  is  better  represented  by  a  kinked  straight  line  as  drawn  in  figure  4.  The 
results  for  cross  2  indicate  that  there  is  no  detectable  anisotropy  due  to  edge  dislocations.  The 
vertical  difference  between  the  results  for  the  two  arms  of  cross  1  cannot  be  considered  significant 
since  each  direction  involves  the  measurement  of  a  different  size  factor.      Nevertheless,  for  cross  1 
in  the  region  above  about  3  K,  the  points  for  arm  A1A2  lie  on  a  line  of  greater  slope  than  those  for  arm 
B1B2.      This  would  be  consistent  with  an  anisotropy  in  the  scattering  of  phonons  by  screw  dislocations. 

5.3    Evidence  that  the  Kink  is  Real 

The  drawing  of  other  than  straight  lines  through  the  points  for  the  X/T  against  T  plots  needs 
justification.      The  effect  looks  like  a  systematic  error.      It  cannot  be  due  to  the  superfluid  transi- 
tion in  liquid  helium  because  it  occurs  well  above  this.      We  measured  cross  1  in  the  direction  A1A2 
in  a  different  cryostat  using  different  thermometers  and  heater.      The  two  sets  of  measurements  are 
shown  in  figure  5.      They  agree  extremely  well.      Recent  measurements  in  this  latter  cryostat  of  the 
thermal  conductivity  of  an  annealed  and  deformed  2  at.%  alloy  gave  very  good  straight  lines  in  both 
cases  with  all  the  points  within  ±  0.2%  X/T  of  the  lines.      We  are  at  present  carrying  out  further  test 
experiments . 

6.  Discussion 

No  effect  corresponding  to  the  expected  behaviour  of  dislocation  pile-ups  was  observed  in    the  jig 
experiments.      For  the  polycrystal  the  difference  between  the  two  measurements,  under  stress  and 
relaxed,  could  be  significant  but  it  is  in  the  opposite  direction  to  that  expected. 

The  limitations  on  the  dislocation  density  which  can  be  introduced  in  the  anisotropy  experiments 
together  with  the  results  obtained  indicate  perhaps  the  unsuitability  of  a  face  centred  cubic  alloy. 
The  experiment  might  be  better  done  using  an  alloy  with  a  hexagonal  close  packed  structure  in  which 
slip  only  occurred  on  the  basal  planes.      Nevertheless,  considering  the  results  for  cross  1  in  the 
temperature  region  above  the  kink  there  is  a  difference  in  the  slopes  of  the  X/T  against  T  plots  for 
the  two  arms.      The  smaller  slope  occurs  for  direction  B1B2  in  which  the  screw  dislocations  make  a 
greater  angle  with  the  heat  flow  in  agreement  with  the  expected  behaviour  (6) . 

There  still  remains  the  kink  in  the  X/T  against  T  graphs  which  occurs  in  all  the  specimens.  This 
kink  is  not  present  in  annealed  and  deformed  alloys  of  2  at.%  copper- aluminium.      We  believe  that  it  may 
be  due  to  the  presence  of  large  numbers  of  dislocation  dipoles  in  the  deformed  12  at.%  alloy.  The 
deformation  of  annealed  single  crystals  of  this  alloy  in  the  early  stages  proceeds  by  the  formation  of 
localized  bands  of  slip,  separated  by  regions  in  which  comparatively  little  or  no  slip  has  occurred. 
As  the  deformation  proceeds  the  bands  get  wider  and  fresh  bands  appear  until  at  the  end  of  stage  I 
the  crystal  is  uniformly  covered  with  slip.      Recently  Mitchell  et  al  (8)  studied  the  dislocation  struc- 
ture of  these  bands  in  an  8  at.%  copper- aluminium  alloy  in  the  first  few  percent  of  plastic  deformation. 
They  found  that  the  dislocations  in  the  bands  of  deformation  were  present  in  the  form  of  interleaved 
pile-ups  of    parallel  positive  and  negative  edge  dislocations.     The  distance  between  the  glide  planes  on 
which  the  adjacent  groups  of  dislocations  of  opposite  sign  occurred  varied  from  about  50  angstroms  to  a 
few  microns.      Steeds  and  Hazzledine  (7)  also  found  large  numbers  of  dipole  groups  in  their  10  at.%  alloy 
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The  effect  of  dipoles  on  lattice  theraal  conductivity  has  been  discussed  by  Moss  (6) ;     it  depends 
upon  the  relative  sizes  of  the  dipole  spacing  d  and  the  dominant  phonon  wave  length  given  by 

Q 

I  =  0.6  a—    where  a  is  the  lattice  spacing  and  9  the  Debye  temperature.      For  H  <<  d  the  phonons  see  a 

dipole  as  separate  dislocations  giving  the  usual  q  ^  wave  number  dependence  for  the  dislocation  phonon 
scattering  relaxation  time.      For  I  >>  d,  the  phonons  see  the  equivalent  of  a  line  of  point  defects, 
the  relaxation  time  is  proportional  to  q  ^,  and  the  scattering  is  less  effective  than  that  from  two 
isolated  dislocations  for  the  same  H. 

For  a  fixed  value  of  d,  as  the  temperature  is  lowered,  there  will  come  a  point  where  the  phonons 
will  begin  to  see  the  dipole  aspect  of  the  dislocation  arrangement.      The  phonon  scattering  will  then 
begin  to  decrease  from  the  value  expected  for  a  random  arrangement  of  dislocations  sufficient  to  account 
for  the  phonon  scattering  at  higher  temperatures.      Correspondingly  the  values  of  X/T  will  begin  to  lie 
above  a  line  extrapolated  from  the  higher  temperatures. 

Moss  (6)  has  suggested  that  this  change  will  begin  when  I  -  2d.      In  our  alloys  the  kink  occurs  at 
about  3  K  where  the  dominant  phonon  wavelength  is  about  200  angstroms.      So  to  account  for  the  effect 
observed,  the  majority  of  the  dipoles  must  have  a  spacing  of  about  100  angstroms.      This  is  consistent 
with  the  available  electron  microscope  evidence.      What  one  might  expect  to  happen  at  lower  temperatures 
is  that  the  X/T  against  T  plots  would  turn  again,  but  in  the  opposite  direction  to  a  line  whose  slope 
would  correspond  to  the  scattering  from  electrons  and  the  residual  density  of  randomly  distributed 
dislocations . 

The  effect  of  an  external  stress  on  a  sheet  of  dislocation  dipoles  will  be  to  move  one  set  of 
dislocations  relative  to  the  other  but  not  to  change  the  relative  spacing  of  dislocations  of  a  given 
sign.      Thus  a  null  effect  in  the  under-stress  experiment  is  readily  explained  on  the  assumption  that 
the  majority  of  the  piled-up  groups  of  dislocations  exist  in  dipole  sheets.      The  effect  in  the  'wrong' 
direction  might  be  explainable  in  terms  of  an  overall  decrease  in  dipole  spacings  under  the  action  of 
the  applied  stress. 

With  regard  to  our  values  for  a(l).      Neglecting  the  existence  of  the  kink  in  deformed  copper- 
alinninium  alloys  of  the  higher  compositions  could  lead  to  an  over  estimate  of  the  values  of  W^T^ 
obtained.      At  the  worst,  the  values  we  obtained  would  be  one-and-a-half  times  too  big. 
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Figure  1  The  specimen  and  jig.      See  section  3.2  of  the  text  for  explanation. 
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Figure  2         The  single  crystal  and  specimen  shape.      The  trace  of  the  primary  slip  plane  on  the  crystal 
faces  is  shown.  is  the  primary  burgers  vector. 
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T  for  the  specimens  measured  in  the  jig.      The  open  circles  are  for  the  relaxed 
The  lower  set  of  points  and  the  right  hand  ^  axis  refer  to  the  polycrystal. 
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Figure  4         —    against  T  for  the  cross  shaped  specimens.      The  lower  temperature  scale  refers  to  the 

right  hand  set  of  points  which  are  for  the  two  directions  of  cross  2.  For  a  further  indi- 
cation of  which  points  refer  to  which  directions  see  table  1  in  section  5.2. 
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The  Thermal  Resistivity  Resulting  From  the  Combined  Scattering 
of  Phonons  by  Edge  Dislocation  Dipoles  and  by  Normal  Processes 


P.  P.  Gruner 

Boeing  Scientific  Research  Laboratories 
P.O.  Box  3981 
Seattle,  Washington  98124 


The  thermal  resistivity  due  to  the  scattering  of  phonons  by  edge  dislocation 
dipoles  and  by  normal  three-phonon  processes  has  been  calculated.     Deviations  from 
the  normal  T~^  -  dependence  of  the  resistivity  (T:absolute  temperature),  which  is 
due  to  the  scattering  of  phonons  by  isolated  dislocations,  occur  at  temperatures 
where  the  dominant  wavelength  of  the  phonons  is  larger  than  the  distance  between 
the  two  dislocations  of  the  dipole.     It  is  found  that  the  resistivity  becomes 
independent  of  the  temperature  in  the  neighborhood  of  T~  0  and  remains  finite  at 
T=0.     Towards  high  temperatures  the  resistivity  due  to  dipoles  approaches  asymptoti- 
cally the  resistivity  which  is  due  to  isolated  dislocations.     Numerical  results  were 
obtained  with  the  material  constants  of  copper.     The  temperature  above  which  the 
resistivity  differs  less  than  10  %  from  the  asymptotic  value  is  given  by  T=370 
( I&I /R)  °K  (&:Burgers  vector,  R:dislocation  distance). 

The  interactions  of  the  phonons  with  the  dipoles  were  treated  by  non-linear 
elasticity  theory  which  includes  also  the  normal  three-phonon  interaction.  The 
Boltzmann  equation  was  solved  with  the  variational  method. 

Key  Words:     Boltzmann  equation,  edge  dislocation  dipole,  lattice  thermal 
conductivity,  non-linear  elasticity  theory,  normal  processes ^  variational 
method. 


1.  Introduction 


The  possibility  to  distinguish  between  different  kinds  of  lattice  defects  by  measurements  of  the 
lattice  thermal  conductivity  as  a  function  of  the  temperature  is  based  on  two  facts.     Firstly,  the 
scattering  cross-sections  of  various  kinds  of  defects  are  characteristic  functions  of  the  phonon  wave- 
length.    Secondly,  the  phonon  spectrum  depends  at  low  temperatures  strongly  on  the  temperature.  On 
account  of  these  features  the  thermal  resistivities  due  to  various  kinds  of  defects  show  characteristic 
temperature  dependencies. 

Yet,  the  thermal  resistivity  does  not  only  depend  on  the  type  of  the  scatterers,  it  also  depends  on 
the  arrangement  of  the  defects.     If  the  defects  are  far  apart  from  each  other  and  are  distributed  in  a 
random  manner  then  the  scattering  is  incoherent.     Then,  the  total  scattering  cross-section  of  a  particu- 
lar kind  of  defect  is  simply  the  sum  of  the  single  scattering  cross-sections.   In  case  of  deviations  from 
a  random  distribution  of  defects,  the  various  phases  of  the  scattered  waves  must  be  taken  into  account; 
the  scattering  cross-section  contains   a  coherent  part  as  well  as  an  incoherent  part.    The  contribution 
due  to  the  coherent  scattering  will  be  significant  if  the  distance  between  the  defects  is  comparable  with 
the  dominant  phonon  wavelength. 

Investigations  of  the  thermal  resistivity  due  to  pile-ups  of  screw  dislocations   [l]"*"  and  of  edge 
dislocations   [2]  show  that  coherent  scattering  is  not  negligible  below  a  certain  temperature.  The 
coherent  part  of  the  scattering  gives  rise  to  an  increase  in  the  resistivity.     It  also  leads  to  devia- 
tions from  the  normal  quadratic  temperature  dependence  of  the  thermal  conductivity,     which  arises  from 
scattering  of  phonons  by  randomly  distributed  dislocations.     In  order  to  give  a  value  for  the  temperature^ 
below  which  the  arrangement  of  the  dislocations  becomes  significant,  we  mention  the  result  which  was 
obtained  for  a    group  of  dislocations  piled  up  under  a  stress  against  an  obstacle.     In  case  of  screw 
dislocations,  the  arrangement  becomes  significant  below  2.5°K.     The  corresponding  value  for  edge  disloca- 
tions is  13.5°K.     These  data  were  calculated  with  the  material  constants  of  copper.     The  resolved  shear 
stress  was  assumed  to  be  10~3  G  (G:shear  modulus).     The  number  of  dislocations  within  the  group  was  15. 

1  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 

2  The  limiting  temperature  is  defined  as  that  temperature  above  which  the  relative  difference  between 

the  resistivity  due  to  randomly  distributed  dislocations  and  due  to  dislocation  groups  is  smaller  than  10%. 
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Another  important  example  where  the  resistivity  strongly  depends  on  the  arrangement  of  the 
dislocations  is  the  dipole  configuration.     In  this  case  two  parallel  edge  dislocations  of  opposite 
signs  are  separated  by  a  distance    R    which  is  small  compared  with  other  dislocation  distances.     A  few 
qualitative  conclusions  on  the  thermal  resistivity  due  to  this  kind  of  defect  can  be  drawn  without 
calculation.     The  lattice  thermal  conductivity  which  is  limited  by  a  dislocation  dipole  must  be  one  half 
of  the  conductivity  which  is  limited  by  an  isolated  dislocation  if  the  distance  between  the  two  dis- 
locations is  sufficiently  large.     At  high  temperatures,  where  most  of  the  energy  is  transported  by 
phonons  with  wavelengths  shorter  than  the  distance    R  ,  one  expects  also  the  resistivity  due  to  a 
dipole  to  be  twice  that  which  is  due  to  a  single  dislocation.     If  the  distance    R    is  small,  however, 
parts  of  the  strain  fields  cancel  since  the  two  dislocations  have  opposite  signs.     Hence,  decreasing 
distances  between  the  dislocations  of  a  dipole  lead  to  a  reduction  of  the  resistivity.     Thus,  whereas 
in  case  of  phonon  scattering  by  dislocation  pile-ups  the  resistivity  increases  with  decreasing  separation 
between  the  dislocations,   the  contrary  is  true  in  case  of  the  phonon-dislocation  dipole  interaction. 

Before  presenting  an  outline  of  the  theory  which  was  used  for  the  calculation  of  the  thermal 
resistivity,  we  anticipate  a  result  of  the  following  calculations  concerning  the  convergence  of  the 
conductivity  integral.     It  turns  out  that  the  scattering  by  dipoles  alone  is  not  strong  enough  in  order 
to  produce  a  non-zero  resistivity.     The  partial  cancellation  of  the  strain  fields  gives  rise  to  a  rapid 
drop  of  the  scattering  strength  for  long  wavelength  phonons.     On  account  of  this  decrease  of  scattering 
strength  the  energy  current  carried  by  the  low  frequency  phonons  will  not  reach  a  stationary  state.  A 
natural  way  out  of  this  situation  is  given  by  taking  into  account  the  normal  three-phonon  interactions. 
These  latter  interactions  contain  processes  which  diminish  the  rapid  drop  of  the  scattering  strength 
for  long  wavelength  phonons  [3]. 

It  must  be  noted  that  the  normal  processes  themselves  cannot  produce  a  non-zero  resistance,  as  was 
first  shown  by  Peierls   [4].     The  conservation  of  the  quasi-momentum  of  the  phonon  gas,  which  is  a 
characteristic  feature  of  these  interactions,  prevents  the  phonons  from  reaching  a  stationary  state. 
But,  in  connection  with  the  phonon  scattering  by  lattice  defects,  which  destroys  the  conservation  of 
the  momentum,  the  normal  processes  are  important. 

2.     Outline  of  the  Theory 

2.1    The  Classical  Hamiltonian  of  the  Lattice  Vibrations 

We  are  interested  in  the  scattering  of  phonons  at  low  temperatures.     In  this  temperature  region  the 
wavelengths  of  the  excited  phonons  are  large  compared  with  the  lattice  constant.     We  can  therefore  treat 
the  dynamics  of  the  lattice  waves  with  continuum  theory.     For  convenience  we  shall  restrict  ourselves  to 
an  isotropic  continuum.     The  interactions  between  the  lattice  waves  and  the  defects  are  in  this  model 
treated  by  deviations  from  Hooke's  law.     We  shall  take  into  account  deviations  from  Hooke's  law  up  to 
terms  which  are  quadratic  in  the  strains.     Bross   [5]  showed  that  the  potential  energy  density  of  the 
lattice  vibrations  in  an  isotropic  continuum  which  contains  lattice  defects  is  of  the  form 


Illf  ■  (2.1a) 


if  one  retains  only  terms  up  to  the  order  e'^  y    ^  (n=0,l,2,3).   e  and  y  are  the  strains  produced  by  the 
defects  and  by  the  lattice  vibrations,  respectively.     The  subscripts  I,  II,  and  III  refer  to  first, 
second,  and  third  invariants  of  the  strain  tensors.     Consistent  with  the  above  approximation  is  that 
the  strains  which  enter  eq  (2.1a)  are  those  which  are  calculated  with  linear  elasticity  theory,     k-^  and 
A2  are  the  constants  of  the  linear  theory,  whereas  the  constants  of  the  non-linear  theory  are  denoted 
by  A3,  A4,  and  A5.     The  A^  are  related  to  Lame's  constants  A  and  y  and  to  Murnaghan's  constants   [6]  1, 
m,  and    n  by 

A^=(A+2y)/2,  k^=-2v,  k^'-{l+2m) 1 3 ,  A^=-2m,  k^=n  .  (2.1b) 
The  Hamiltonian  of  the  lattice  vibrations  is 


(1/2)  /p  (s)^dV  +/f  dV     .  (2.2) 


It  must  be  noted  that  all  quantities  in  eq  (2.2)  refer  to  the  statically  deformed  state  which  is 
produced  by  the  lattice  defects  alone.       p  is  the  mass  density  and     s    is  the  displacement  of  the 
volume  element    dV    due  to  the  lattice  vibrations. 
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2.2    Quantum  Mechanics  of  the  Phonon  Interactions 


The  transition  to  quantum  mechanics  is  done  in  the  usual  way.     The  displacement  field  which  results 
from  the  lattic^e  vibrations  is  decomposed  in  a  set  of  normal  modes.     The  complex  normal  coordinates 
a'''(k,j)  and  a(k,3),  which  are  in  the  classical  case  amplitudes  of  plane  waves  (with  wave  vector    k  and 
polarization  index    j),  are  in  quantum  mechanics  operators.     These  operators  create  or  annihilate  a 
phonon  if  they  are  applied  to  a  wave  function  ijj    which  describes  the  state  of  the  phonon  gas3 : 

a"^(k)  ij^     (N^)     =  i>  (N^l)   ,  (2.3a) 

a(k)     *  (N^)     =     (N^)^^^    ^  (N^-1)       .  (2.3b) 

is  the  number  of  phonons  in  the  mode  k  .  The  Hamilton  operator  which  corresponds  to  eq  (2.2)  can  be 
written  as 

H  =  Hq  +       +  (2.4a) 

4 

with  the  Hamilton  operator  of  the  undisturbed  phonon  gas 


Hq  =  J    l(oj(k)    |a"^(k)a(k)  +  1/2  }    .  (2.4b) 


k 

The  frequency    a)(k)     of  the  mode    k    is  in  the  continuum  approximation  given  by 


)(k)  =  V  k|    .  (2.4c) 


The  sound  velocity,  denoted  by    v,     can  have  two  different  values,  one  for  the  longitudinal  waves  and 
another  for  the  transversal  waves.     Vj^    and         are  the  operators  for  the  phonon-def ect  interaction 
and  the  normal  three-phonon  interaction.     The  phonon-def ect  operator  can  be  represented  in  the  form 


^v,  ~    1      V(k,k')  a'''(k)a(k')  +  other  terms  quadratic  in  the  operators  a  (2.4d) 
k.k' 


with 


V(k,k')  =  A    [e(k)-e(k')]   (k-k')  r  (I)  +  •••        .  (2.4e) 
i  ^ 

e(k)     is  a  polarization  vector  and   'e'  is  the  Fourier  transform  of  e  .     The  coefficients  V(k,k') 
vanish,  unless 

k  +  ^'  +  g  =  0.  ■  (2.4f) 

Equation  (2.4f)  shows  that  the  wave  vector  is  not  conserved  in  collisions  of  the  phonons  with  defects. 
The  consequence  is  that  the  quasi-momentum  of  the  phonon  gas  will  be  changed  in  the  phonon-def ect 
interaction.     The  phonon-phonon  interaction  operator  can  be  written  as 

Vv,  =    /iv    ->    V(k.'£' ,k")a"^(k)a'^(k')a(k")  +  other  terms  cubic  in  the  operators  a.  (2.4g) 
k,k',k" 


"^In  the  following  equations  we  denote  the  mode  (k,j)  by  k. 
4  . 

n    is  Planck's  constant  divided  by  27r 
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The  coefficient  V(k,k' ,k' ')  is  a  function  of  products  between  polarization  vectors  and  wave  vectors  and 
does  not  contain  the  strain  field  of  the  defects.     V(k,k',k'')  vanishes,  unless 

k  +  k'  +  k"  =  0    .  (2.4h) 

Both  coefficients,    V(k,k')     and  V(k,k' ,k' '),     are  explicitly  represented  in  Reference  [5].  Scattering 
processes  of  the  type  (2.4h)  are  called  normal  processes.     As  already  mentioned,  the  quasi-moraentum  of 
a  phonon  gas  in  which  the  phonons  interact  only  by  normal  processes  is  conserved.     This  conservation 
has  the  consequence  that  the  thermal  conductivity  is  infinite  if  the  phonons  were  not  in  addition 
scattered  by  those  processes  (eq ( 2 . 4f ))  which  destroy  the  conservation  of  the  quasi-momentum . 

The  operators     V^^    and  V^^  ,  if  acting  on  the  wave  function        ,  cause  transitions  from  one  phonon 
state  to  another.     The  probability  rate  for  those  transitions  can  be  calculated  with  the  help  of  time 
dependent  perturbation  theory.     Having  the  probability  rate,  one  calculates  the  total  rate  of  change  of 
the  number  of  phonons  in  mode    it.     The  result  can  be  written  in  the  following  form: 

(dNT^/dt)  .       =     ^    W(k,-k')  (Nf 

k        collision        -f-,  k  k 

k 


W(k,k',-k")[(Nj^l)(N^,+l)NjV,,   -  N^N^,(Njj,  ,+1)] 


k',k" 

+  two  similar  expressions     .  (2.5a) 


is  tne  mean  number  of  phonons  in  the  mode  k    and  is  defined  by 


N 


^  =  l\  P(...N^...,...l5--...,t)       ,  (2.5b) 


where  the  summation  runs  over  all  phonon  states     (...N^...).     P  obeys  the  master  equation  and  is  the 
probability  of  finding  N^^  phonons  at  a  time     t     in  mode    t.    if  there  were    N:^    phonons  in  the  same 
mode  at     t=0.     The  quantities    W  (k,-k')     are,  except  _for  the  mean^phonon  numbers    N^,     equal  to  the 
probability  per  unit  time  for  a  transition  from  mode     k    to  mode     k'     which  is  caused  by  the  phonon- 
defect  interaction.     It  is 

W(k,-k')=27r(2Tt)^(VQPQ)"^|V(k,-k')  |^[a)(k)co(k')]"^6  (  aj(k) -co(k '  )|  ,  (2.5c) 

where  and  are  the  crystal  volume  and  the  mass  density  in  the  undeformed  state,  respectively. 

Equation  (2.5c)  shows  that  the  scattering  by  static  defects  is  elastic,  i.e.,  the  energy  of  the 
incident  phonon  must  be  equal  to  the  energy  of  the  scattered  phonon: 

l^a)(k)  =  l^a)(k')      .  (2.6) 

The  transitions  due  to  normal  processes  between  three  phonon  states  are  governed  by  tv;o  selection 
rules  which  follow  from  the  corresponding  transition  probabilities   [5],     One  of  the  selection  rules 
we  have  already  met  in  eq  (2.4h).     For  transitions  in  which,  for  example,  one  phonon  of  mode    S' '  is 
annihilated  and  one  phonon  in  each  of  the  modes    t.    and    S'     is  created,  eq  (2.4h)  reads 

k"  =  k  +  k'    .  (2.7a) 

On  the  other  hand,  the  transition  probability  per  unit  time,  W(k,k ' , -k ' ' ) ,     for  the  processes  under 
consideration  vanishes,  unless 

(i)(k")  =  aj(k)  +  a)(k')    .  (2.7b) 
The  consequences  of  the  selection  rules  (2.7)  will  be  discussed  later  on. 
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2.3    The  Transport  Equation 
A  temperature  gradient  changes  the  distribution  of  the  phonons  in  thermal  equilibrium^. 


Nj>  =  [exp(V(aj/KT)  -  1]  , 


(2.8) 


until,  on  account  of  the  various  scattering  mechanisms,  a  stationary  state  is  reached.     The  change  of 
the  mean  phonon  numbers,  ,  per  unit  time  which  is  caused  by  the  field  of  the  temperature  gradient  is 


«ki  field  =  -  [v(k).gradT]ONj/3T)  , 


(2.9) 


where  v(^)  is  the  group  velocity.  In  the  stationary  state  the  total  rate  of  change  of  the  mean  phonon 
numbers  must  vanish.     This  yields 


N->- 1  +  N-»- 1  =  0  . 

k  field         k  collision 


(2.10) 


The  Boltzmann  equation  (2.10)  is  an  integral  equajtion  for  the  mean  phonon  nximbers  .     It  is  con- 

venient to  subtract  from  the  occupation  numbers  of  the  stationary  state  their  thermal  equilibrium 
value  and  to  write 


-        =  (l/T)(X^-gradT)ONW3l(a)) 


(2.11) 


The  unknown  vector  function  must  be  obtained  by  solving  the  integral  equation  (2.10).     If  we  know 

%*  ,  we  find  from  the  energy  current  density 


q=  (1/Vq)  I    fia;(k)N^v(k)  =  (l/V^T)  £  Vlu)(k)v(k)  [X^-gradT]  ONg/3ha3) 


(2.12a) 


the  tensor  of  the  thermal  conductivity 


K  =  -(1/TVq)  I  viujON^/aJia))  v(k)X^ 
k 


(2.12b) 


2.4    Approximate  Solution  of  the  Transport  Equation 

Usually,  the  transport  problem  has  been  solved  by  introducing  the  concept  of  relaxation  times  [7]. 
This  approximation,  however,  is  doubtful  in  case  of  the  normal  three-phonon  interaction.     Callaway  [8] 
showed,  by  taking  into  account  the  fact  that  the  quasi-momentum  of  the  phonon  gas  is  conserved  in 
normal  three-phonon  collisions,  how  one  has  to  modify  the  concept  of  relaxation  times.    A  justification 
of  Callaway's  method  was  given  by  Krumhansl  [9].     But,  even  if  the  introduction  of  relaxation  times  is 
justified,  it  is  often  not  easy  to  calculate  them  in  a  rigorous  way.     In  order  to  avoid  the  shortcomings 
of  the  relaxation  time  approximation,  we  used  the  variational  method  for  the  solution  of  the  transport 
equation.     This  method  allows  to  control  the  approximations  which  are  made  and  permits  to  distinguish 
between  different  polarization  branches.     No  distinction  between  phonons  in  different  polarization  states 
is  made  in  the  relaxation  time  approach. 

We  describe  now,  in  short,  the  variational  method.     Substituting  eq  (2.11)  into  eq  (2.10)  yields 


l|x^|=  i  ioON^/31^a))v(k) 


(2.13) 


K  is  Boltzmann' s  constant 
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The  linear  integral  operator     L,  which  we  shall  not  present  here,  can  easily  be  found  from  the  right 
hand  side  of  eq  (2.5a)^.     With  eq  (2.13)   the  tensor  of  the  thermal  conductivity  (2.12b)  can  be  written 
as 


<  =  -  (1/TVq)  I  %/-{%!  .  (2.14) 


On  account  of  the  symmetry  of  the  transition  probabilities  W(k,k')  and  W(k,k',k''),  with  respect  to 
the  indices    Ic,  k'  ,  and  k'  '  ,  one  can  show  that  for  two  arbitrary  functions    Y^^     and  Y2 


and  that 


I    Yl|y|^    0.  (2.15b) 


We  choose  now  some  arbitrary  vector  function  Z(k),  which  will  be  specified  later  on,  on  which  we  impose 
the  conditions 

Z(-k)  =  -  Z(k)  (2.16a) 

and 

I  Z^(k)L<|z^(k)|=  I  l(u)ON/3t^a))v^(k)Z^(k)  =  I  Z^(k)  L|x^(k)j-  (2.16b) 

k  k  k  .  ^ 

Condition  (2.16a)  is  chosen  since  only  the  odd  part  of  Z(k)  contributes  to  the  conductivity  (2.12b).  On 
account  of  the  condition  (2.16b)  and  eqs  (2.15a)  and  (2.15b),  it  follows  that  among  all  vector  functions 
Z(k)   the  exact  solution  J(lc)  leads  to  a  maximum  of  the  expression    -      Z^L|Z^|   .     One  finds 

-  I  Z.(k)L  |z.(k)|  <    -  I  X.(k)/.  |x.(k)|  .  (2.17) 
k  k 

From  this  inequality  it  follows  that  among  all  arbitrary  functions  ?(k)  those  which  make  the  left 
hand  side  of  (2.17)  a  maximum  lead  together  with  eq  (2.12b)  to  the  exact  diagonal  components  of  the 
conductivity  tensor.     We  choose  as  a  trail  function  the  expansion 

CO        »  n 

TFT 

?(i?)     =  ^  Z(j,m,n,r)(l^a,)''Y     (QA)   •  (2.18) 

r=0    n=l    m=-n        -j  '   >    '  nm 

->■->-  -»•->, 
Since    Z(k)     depends,  according  to  our  convention  that     k    stands  for    k    and    j   ,  on  the  polarization 
brancVi,  the  expansion  coefficients     Z(j,m,n,r)  depend  ^Iso  on  the  polarization.     The  spherical  angles 
S    and     <t>  determine  the  direction  of  the  wave  vector    k  .    Y        are  normalized  spherical  han^onics. 
Substitution  of  the  trial  function  (2.18)  into  eq  (2.17)  and  variation  of  the  coefficients     Z(j ,m,n,r) 
under  the  conditions  (2.16a)  and  (2.16b),  yields  the  following  system  of  equations 

I      M(v,v'')f(v')  =    N(v)     ,  (2.19) 


The  sum^  . . 
k 


.is  in  the  usual  way  replaced  by  (.V^/ (2f)' 


.d\ 
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where  v    stands  for  (j,m,n,r).     The  matrix    M    contains  all  information  on  the  scattering  mechanisms. 
If  more  than  one  scattering  mechanism  is  present  then    M    is  equal  to  the  sum  of  the  matrices  which 
belong  to  each  scattering  mechanism.     In  our  present  case,     M    contains  two  parts.     One  part  is  due  to 
the  phonon-dipole  interaction,  ^he  other  part  belongs  to  the  normal  processes  .     The  matrix    M  for 
defects  and  the  vector  matrix    N     are  represented  in  the  Appendix.     From  eqs  (2.12b)  and  (2.19)  and  the 
expansion  (2.18)  we  find  for  the  thermal  conductivity: 

K  =  -  (1/TVq)  I  N(v)  Z(v)       .  (2.20) 

V 

3.     Application  of  the  Theory  to  the  Scattering  of 
Phonons  by  Edge  Dislocation  Dipoles 

We  shall  not  present  the  calculations  in  detail  and  shall  rather  restrict  ourselves  to  a  few 
remarks  which  will  be  needed  in  the  following  discussion  of  the  results.    We  consider  two  parallel  edge 
dislocations  of  opposite  signs,  as  shown  in  Figure  1.     The  dislocation  lines  are  parallel  to  the  z-axls 
and  have  Burgers  vectors  in  the  direction  of  the  positive  x-axis.     The  vector    ^    and  the  X]^-axis 
enclose  the  angle  $^  .     As  already  mentioned,  the  strains    e  in  the  energy  density  (2.1a)  are  those 
which  are  given  by  linear  elasticity  theory.     The  composed  strain  field  of  the  two  dislocations  is  then 
simply  the  sum  of  the  single  strain  fields.     Taking  the  Fourier  transform  of  the  composed  strain  field, 
one  finds 

e-  (g)  =        (I)   [1  -  exp(ig.R)]     .  (3.1a) 

where  the  Fourier  transform  of  the  strain  component    mn    due  to  a  single  edge  dislocation  is  [10] 

§•3 


2       ^^3^     I  mn    m3  n3      1-v  2         /  . 

g  V  „  ' 


^mn  2  *  '^3'    Kmn  "m3"n3      1-v  2        /  .  (3.1b) 


V    Is  Poission's  ratio.     Substitution  of  eq  (3.1a)  into  eq  (2.4e)  yields  together  with  eqs  (2.4d)  and 
(2.5c) 

W(k,-k')  =  W^(k,-k') •2-  ^l-cos   [(k-k')-R]|     ,  (3.2a) 

S  -»■  -»■ 

where  W  (k,-k')  is  proportional  to  the  transition  probability  per  unit  time  that  a  phonon  will  be 
scattered  from  mode  ^  into  mode  S'  due  to  the  interaction  of  the  lattice  waves  with  a  single 
dislocation.     The  latter  transition  probability  can  be  written  in  the  form 

W^(k,-k')  =  (l/k)6  [k^/k  -  k^/k]  6  [oj(k) -oo(k '  )  ]  .  F  (3.2b) 

with  k  =     |k| .  (3.2c) 

The  function     F    contains  the  spherical  angles    0,(j)  and  0',  <}>'  of  the  wave  vectors     Ic    and    Ic'     and  the 
elastic  constants.     The  structure  factor  in  eq  (3.2a),  resulting  from  the  different  positions  of  the 
scattering  centers,  may  be  omitted  if  the  distance    R    between  the  dislocations  is  very  large.  Then 
W(k,-k')  =  2  W^(^,-^' )<il/k.     In  this  case  the  resistivity  will  be  equal  to  twice  the  resistivity  which 
is  due  to  a  single  dislocation.     For  values  of     kR    which  are  small  compared  with  1,  however,  the 
wave  vector  dependence  of    W(^,-S')     is  quite  different.     One  finds  that    W(S,-K '  )<»:kR2 ,  for  kR<<l. 
From  the  Boltzmann  equation  (2.10)  and  the  related  equations  we  find  that  the  deviations    5(k)     of  the 
occupation  numbers  from  their  thermal  equilibrium  values  must  be  proportional  to  l/(kR)2  for  small  k. 
With  this  wave  vector  dependence  of  the    S(S)     the  conductivity  (2.12b)     diverges  at    k~0.     In  order 
to  avoid  that  singularity  we  included  the  normal  processes.     The  results  will  be  discussed  in  the  next 
section. 


^The  explicit     form  of  the  matrix    M    for  normal  processes  can  be  found  in  Reference  [5]. 
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4.     Results  and  Discussion 

4.1    Scattering  of  Phonons  by  Edge  Dislocation 
Dipoles  and  by  Normal  Processes 

We  have  seen  that  the  thermal  resistivity  is  zero  if  the  phonons  were  scattered  only  by  dipoles. 
The  inclusion  of  the  normal  processes  changes  this  situation  completely.     It  was  shown  in  Reference  [3] 
that  the  normal  three-phonon  interactions  contain  in  an  isotropic  continuum  two  kinds  of  interactions. 
On  account  of  the  conservation  of  energy  (2.7b),  the  sum  of  the  energies  of  two  interacting  phonons 
(l(to+yia)')     must  be  equal  to    lioj' '    .     The  conservation  of  the  quasi-momentum  of  the  phonon  gas,  expressed 
by  eq  (2.7a),  on  the  other  hand,  imposes  certain  restrictions  on  the  possible  values  of    co'.  For 
example,  if  the  phonons    Kio    and    liui'     belong  to  transversal  branches  and  if  the  phonon    Kuj''  belongs 
to  a  longitudinal  branch,  then    oj'     depends  on    to.     The  studies  of  the  possible  normal  processes  in  a 
continuum  [3]  showed  that  processes  for  which    co'     does  not  depend  on    oo-     energetically  unlimited 
processes-yield  a  rate  of  change  of  the  mean  phonon  niraibers  (2.5a)  which  is  proportional^to  to  for 
(ir*0.     The  other  kind  of  interaction,  for  which    lo'     is  a  function  of    to,  yields    3N/3t«(i)     .  According 
to  the  last  section,  the  rate  of  change  of  the  phonon  numbers  due  to  the  phonon-dipole  interaction  is 
proportional  to    to  j  for    to->-0  j  and  becomes  insignificant  at  tO'v,0    if  compared  with    3N/3t    which  result 
from  energetically^unlimited  normal  processes.     Hence,  at  small  frequencies,  the  frequency  dependence  o 
the  deviations    X(k)     of  the  phonon  numbers  from  their  thermal  equilibrium  values^is  governed  by  energet 
ically  unlimited  processes.     Then,  as  follows  from  the  Boltzmann  equation,  the    X(k)     are  independent 
of  the  frequency.     The  consequence  is  that  the  thermal  conductivity^will  no  longer  have  a  singularity  at 
u)=0  .     We  note,  that  we  already  used  in  eq  (2.18)   the  result  that     X(k)     is  independent  of    to,  for  dr+O 
(the  power  series  starts  with  r=0). 

We  shall  not  go  into  details  of  the  integrations  which  must  be  carried  out  in  order  to  get  numeri- 
cal values  for  the  matrices    M  .     We  only  point  out  that  for  the  normal  processes  the  matrix  elements 
of    M    depend  on  each  other.     One  finds,  as  a  consequence  of  the  two  selection  rules  (2.7a)  and  (2.7b), 
that 


M(j  ,m,l,r;L,-m,l,l)  +  (vj_^/v^)M(  j  ,m,  1  ,r  ;T, -m,  1 , 1)  =  0.  (4.1) 

Here    L    and    T    stand  for  longitudinal  and  transversal  branches,    v^    and    v^    are  the  corresponding 
sound  velocities.     On  account  of  eq  (4.1)   the  determinant  of    M    vanishes  identically.     If  normal 
processes  are  the  only  scattering  mechanisms  then  the  vector    Z(v)     in  eq     (2.19)  is  infinite  and  the 
thermal  resistance  is  zero,  as  mentioned  earlier. 

4.2    The  Thermal  Conductivity  Limited 
by  Dipoles  and  by  Normal  Processes 

We  consider  the  dislocation  arrangement  of  Figure  1.     Let  <ti^  be  equal  to    ti/4  .    The  resistivity 
for  configurations  with  other  angles  has  also  been  calculated.     Since  the  main  features  of  the  tempera- 
ture behaviour  of  the  thermal  conductivity  do  not  change  very  much  with  varying  angles    <j>Q  ,  we  shall 
discuss  here  only  the  45  degree  case.     Note,  that  the  shear  stress  in  the  glide  plane  of  a  dislocation 
due  to  the  other  dislocation  vanishes.     Hence,  this  configuration  is  stable  with  respect  to  gliding. 

The  conductivity  has  been  calculated  with  the  elastic  constants  of  copper.    Numerical  values  of 
the  elastic  constants  can  be  found  in  Reference  [11].     In  Figures  2  through  4,  we  have  plotted  the 
components  of  the  reduced  thermal  conductivity    "ic   ,  which  is  defined  by 

K  =  K[K2pp  v^/(hb2Np)]^%  ■  (4.2) 

versus  the  reduced  temperature 

T  =  KT(p  h^  vj  b^  N„)"'^  (4.3) 
o         1  D 

2 

is  the  number  of  dislocation  pairs  per  cm    perpendicular  to  the  x^^,  X2-plane;     h     is  Planck's 
constant  and    b    is  the  absolute  value  of  the  Burgers  vector.     The  parameter 
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p  =  (b\p)^(R/b)  (4.4) 

is  a  measure  for  the  distance  between  the  two  dislocations  of  a  dipole. 

g 

Figures  2,3,  and  4  show  the  components      Ic     ,     "k     ,     and    -Ic       ,  respectively.     The  component  'k 

is  infinite  since  the  z-component  of  the  wave  vectors^Is  conserve§^ (see  eq  (3.2b)).     We  note  that  the^^ 

xy-component  is  negative.     This  means  that  a  temperature  gradient  in  positive    y-direction  produces  a 

positive  heat  current  component  in  x-direction.     The  component    1<        appears  since  in  this  configuration 

the    X    and    y    axes  are  not  principal  axes  of  the  conductivity  "eilipsoid".     In  the  case  of  isolated 

edge    dislocations  parallel  to  the  z-axis  and  with  Burgers  vectors  parallel  to  the  x-axis  only  Ic 

and    'ic        do  not  vanish,  except  for    ~  . 
yy  zz 

Curve  1  in  Figures  2  and  3  shows  the  components    IT       and  k     ,  respectively,  of  the  conductivity 
which  is  limited  by  isolated  dislocations  and  normal  processes.  ^¥hese  components  are  at  low  and  high 
temperatures  proportional  to    T^   .     The  magnitude  of  the     conductivity  at  low  temperatures,  however, 
is  larger  than  that  at  high  temperatures.     This  difference  is  due  to  a  change  in  slope  of  the  conduc- 
tivity at  intermediate  temperatures,  which  results  from  the  three-phonon  interactions   [3].     In  case 
of  phonon  scattering  by  dipoles  and  by  normal  processes  the  conductivity  approaches  asymptotically 
curve  1  for  increasing  temperatures  or  increasing  distances     R.     This  follows  immediately  from  the 
transition  probability  (3.2a)  which  approaches  for  large  products    u  R    the  transition  probability  due 
to  two  isolated  dislocations. 

At  very  low  temperatures,  the  conductivity  limited  by  dipoles  and  normal  processes  is  independent 
of  the  temperature  and  has  a  finite  value  at  T=0.     The  magnitude  of  the  conductivity  in  this  temperature 
region  is  inversely  proportional  to  the  square  of  the  distance    R  .     As  expected,  the  conductivity 
increases  on  account  of  the  reduction  in  scattering  strength  which  is  due  to  the  partial  cancellation 
of  the  strain  fields. 

At  intermediate  temperatures,  we  find  a  minimum  in  the  conductivity  if  the  distance    R  is 
sufficiently  small  (p  small) .     The  reason  for  the  occurrence  of  this  minimum  follows  from  the  transition 
probability  (3.2a)  which  has  a  main  maximum  for  values  of    kR'Mr/2.     If  the  temperature  is  such  that  the 
maximum  of  the  phonon  distribution  coincides  with  the  main  maximum  of  the  transition  probability  then 
the  resistivity  will  have  a  maximum.     An  increase  in    R    will  shift  the  main  maximum  of  the  transition 
probability  towards  smaller    k    values.     Hence,  the  minimum  of  the  conductivity  occurs  at  lower  tempera- 
tures.    The  minimum  disappears  if  the  distance    R    becomes  too  large.     Increasing    R    leads  to  a  reduc- 
tion of  the  width  of  the  main  maximum.     The  consequence  is  that  the  number  of  phonon  states  which  are 
affected  by  an  enhanced  scattering  is  reduced. 

The    -Ic'       component,  shown  in  Figure  4,  is  at  very  low  temperatures  also  independent  of  the 
temperature  aXd  proportional  to  1/R^    and  drops  at  high  temperatures  very  rapidly  to  zero.     Note,  that 
in  case  of  phonon  scattering  by  isolated  dislocations,  which  are  parallel  to  the  z-axis  and  which  have 
Burgersvectors  parallel  to  the  x-axis,   the  component    Ic"^     is  zero. 

The  temperature  above  which  the  difference  between  the  thermal  conductivity  limited  by  dipoles, 

,  and  the  conductivity  limited  by  isolated  dislocations,  k^,     is  smaller  than  has  been 

calculated  for  the  xx-component  of    ic.     It  is  found  that  this  limit  lies  at  a  temperature    T      .  = 
370  b/R°K.  •^'■""■'^ 

5.  Conclusion 

The  influence  of  edge  dislocation  dipoles  on  the  lattice  thermal  conductivity  has  been  studied  in 
an  isotropic  continuum.     The  scattering  of  phonons  by  normal  processes  was  included  in  the  calculations 
in  order  to  get  finite  results  for  the  thermal  conductivity.     Deviations  from  the  normal  T^-dependence 
of  the  conductivity,  which  is  found  if  the  phonons  are  scattered  by  isolated  dislocations,  appear  below 
a  certain  temperature.     This  temperature  depends  on  the  distance  between  the  two  dislocations  of  a 
dipole.     The  conductivity  is  independent  of  the  temperature  at    T~0    and  reached  a  finite  value  at  T=0. 


It  is  X  =  x, ,  y  =  x„  and 
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7.  Appendix 

The  matrix    M    for  static  defects  is  given  by  • 

X    //w(j  ,k;  j  "  ,-k')  [N(.i  ,k)+l]N(j  S)  [l^co(j  ,k)  I'^Y  (0,$) 


-KT[(2Tr)^/VQ]^M(j  ,m,n,r;j  '  ,m'  ,n'  ,r') 


{5"  '  [V4oo(j  ,k)  ]'''y^,^,  {QA)  -6^     '  '  '  .^')  ^'''^'m'  }  d^kd\'  . 


The  vector  matrix    N    is  given  by 


-KT[(27t)  /VQ]N(j 


j,m,n,r)     =  j  [N(  j  ,k)+l]N(  j  ,k)  [l(a)(  j  ,k)  ]        v(j  ,k)Y  (0,4>)d'*k 
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Thermal  Diffusivity  Measurements 
With  Stationary  Waves  Method 


A,  Sacchi,  V.  Ferro,  C.  Codegone''' 


Istituto  di  Fisica  Tecnica 
del  Politecnico  di  Torino  (Italy) 


Stationary  thermal  waves  have  been  obtained  by  means  of  a  suitable  control 
device  in  a  system  consisting  of  two  equal  plane  samples.     These  samples  have  been 
pressed  together,  so  as  to  obtain  a  good  contact,  while  a  thin  plate  with  con- 
trolled electric  heating  and  a  refrigerated  sink  were  successively  pressed  on  the 
outside  surfaces  of  the  samples.    When  half-wave  stationary  conditions  have  been 
established  in  the  system,  the  phase  difference  between  the  temperature  oscilla- 
tions of  the  two  surfaces  of  each  sample  attains  the  value  n.     Then  the  thermal 
diffusivity  a  of  the  sample  material  is  given  by  the  simple  relation: 


where     f     is  the  wave  frequency  and    H     is  the  sample  thickness. 


Key  Words:     Thermal  diffusivity. 


1.  Introduction 

The  knowledge  of  thermal  diffusivity  is  important  in  the  heat  transmission  problems  having  unsteady 
state  conditions.     This  parameter  can  be  evaluated  indirectly  from  the  measurement  of  the  thermal  con- 
ductivity \   ,  of  specific  mass  p  and  of  specific  heat  c,  but  the  relative  error  of  the  results  in  the 
sum  of  the  errors  of  \  ,   p    and  c „ 

Other  methods  allow  the  direct  evaluation  of  thermal  diffusivity  a  producing  suitable  thermal  fields 
variable  in  time  [1][2]^. 

This  work,  which  belongs  to  the  second  group,  consists  of  making  the  sample  oscillate  thermally  in 
a  half-wave  mode.     The  thermal  diffusivity  is  then  given  by    a  =  f  £^/n ,  where  I  is  the  sample  thickness 
(m) ,  and  f  Is  the  oscillation  frequency  (s"^).    Note  that  this  relation  is  a  function  only  of  the  kine- 
matic quantities  which  characterize  the  dimensions  of    a  (m^/s). 


2.  Theory 

The  theory  of  the  process  is  the  following.     Two  identical  plane  layers  of  the  tested  material  are 
placed  in  face  to  face  contact  with  each  other  and  their  outer  surfaces  are  subjecced  to  the  same  tem- 
peratures.   Assuming  the  origin  of    x    to  be  on  the  contact  surface  (through  which  no  thermal  flux  flows), 
the  following  equation  is  obtained  if  the  material  may  be  supposed  homogeneous  and  isotropic,  initial 
conditions  being  taken  as  zero: 

@    _      @  cosh  (qx)  .  . 

®l  ~  ~    sinh  (q£) 


^  Assistants  and  Professor  of  Technical  Physics. 
2 

Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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where : 


®  is  the  Laplace  transform  of  temperature  q  in  a  general  surface  at  abscissa    x  ; 

0^  =  0  ^  is  the  Laplace  transform  of  temperature  at  the  outer  surfaces  of  the  layers; 

I  is  the  layer  thickness; 

q  =  ,/p/a  (p  is  the  auxiliary  variable  introduced  by  the  transform  and  a  is  the  thermal  diffusivity  of 
the  material)  ,, 

The  temperature  9^  on  the  contact  surface  is  defined  by  its  Laplace  transform: 

0  J 

-0^    =    cosh  (q£)     =  ^  <P)  (2) 

Equation  (2)  gives  the  layer  transmission  function  between  the  outer  (x  =  +  j^)  and  the  inner 
(x  =  0)  surfaces  which  is  defined  in  the  servomechanism  theory  as  the  ratio  between  the  Laplace  trans- 
form of  dependent  output  variable        and  independent  input  variable  0^. 

By  using  a  special  automatic  control  system,  a  proportional  ratio  between  g     and  9    can  be  given 
by  the  following  equation:  °  ^ 

h  =         =  "  So  <3) 

where  H  is  a  real  constant. 

Equation  (3)  is  equivalent  to  the  following; 

0    =  H  0  (4) 
i  o 

The  system  obtained  in  this  manner  (figures  la  and  lb)  is  a  feedback  system.     It  is  unstable  when 
the  open  circuit  gain  is: 

G  (P)  •  H  =  -1  (5) 

Equation  (5)  is  both  modulus  and  phase  valid.     It  can  therefore  be  divided  into  the  following 
equalities : 

I  G  (p)  '  H  I    =  1  ;        arg  [g  (p)  •  H  ]  =  (2n  +  l)n  (6) 

in  which    n    is  an  arbitrary  whole  number. 

Equations  (6)  and  (2)  lead  to  the  following: 


H  =  I  cosh  (qX)  I  ;  arg 


[  cosh  (q^)]  =  (2n  +  l)n  (7) 


Persistent  oscillations  are  introduced  into  the 
frequency  and  T  the  oscillation  period)  when  p  =  jo). 


system,  if  o)  =  2nf  =  2n/T  (f  being  the  oscillation 
It  follows  that; 


from  which: 


(8) 


where  R  (q£)  and  I  (qX)  are  respectively  the  real  and  imaginary  parts  of  q;J. 
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Therefore,  considering  eq  (8),  the  solution  of  eq  (7)  when  n  =  0  is: 


H  =  11.592  =  10.541  dB  (9) 
R  (oe)  =  TT  ;    I  (q£)  =  n  (10) 

Equating  (8)  and  (10)  we  obtain: 

a)--^2ia_.       T--S!_.       f-^  (11) 

JL  * 

Consequently  u) ,  T  and  f  are  established  uniquely  and  the  system  oscillates  sinusoidally  with  a 
halfwave  resonance.     Figures  2a  and  2b  show  the  amplitude  of  the  temperature  oscillations  as  a  function 
of  abscissa    x    and        and        versus  time. 

Multiple  halfwave  oscillations  (n  =  1,2,3«»»)  are  greatly  attenuated  since  the  condition  defined 
by  the  first  part  of  equation  (7)  is  not  applicable  in  these  cases. 

As  defined  by  equation  (9),  H  is  a  constant  and  does  not  depend  on  layer  material.     It  can  be  set 
permanently  on  the  unit  main  control  system.     Diffusivity  a  can  be  calculated  by  equation  (11)   from  the 
excited  oscillations. 

3.     Experimental  Details 

The  described  method  is  applied  to  measurements  of  thermal  insulating  material  diffusivity.  A 
first  unit  operational  diagram  is  illustrated  in  figures       ,  3b,  3c  and  3d»     Figure  3a  gives  the  refri- 
gerator installation  diagram;  figure  3h  shows  the  specimen  (submitted  to  thermal  oscillations)  with  the 
control  equipment  which  has  been  conceived  by  the  first  of  us,  while  figure        shows  the  positioning  on 
the  sample  of  the  thermocouples  used  to  record  collected  data. 

The  tested  material  (figure  ^h)  which  is  made  up  into  two  identical  specimens  measuring  500  x 

500  mm  with  an  interposed  thermocouple,  is  placed  between  two  1  mm  thick  micanite  sheets  (2^  with 
nickel-chrome  plate  heating  resistors. 

The  setup  is  enclosed  within  two  ethyl  alcohol  circulation  tanks  (3)  and  brought  to  a  temperature 
of  about-40  °C  by  means  of  the  refrigerator  shown  in  figure  3a.     The  two  1  mm  thick  asbestos  board 
layers  (4)  separate  the  alcohol  circulation  tanks  from  the  heating  elements.     The  thickness  of  the 
asbestos  boards  has  been  experimentally  defined  so  as  to  reach  a  sufficiently  close  heating  and  cooling 
rate  balance. 

The  tv;o  1  mm  thick  aluminum  sheets  are  placed  between  the  heating  elements  and  the  tested 

specimens,  in  order  to  equalize  the  surface  temperature  distribution.  Heating  elements  ^2^  and  aluminum 
sheets  C5j  each  consist  of  a  central  250  x  250  mm  section  and  of  a  guard  ring. 

The  temperatures  at  the  contact  surfaces  of  the  two  layers  and  at  one  of  their  outer  surfaces  (e.g. 
the  upper  one)  are  measured  by  two  thermocouples.     The  differences  between  these  readings  and  a  reference 
level,  set  by  a  dc  mV  generator  Cbj  ,  are  monitored  by  two  deviation  amplifiers  (jj  whose  series  outputs 
are  the  input  of  the  regulator  R^^  which  is  used  to  feed  the  central  area  of  the  upper  heater. 

By  suitably  adjusting  the  deviation  amplifiers'  gain  factors,  the  ratio  H  between  the  amplitude  of 
upper  and  contact  surface  oscillations  can  reach  the  value  shown  by  equation  (9). 

Three  other  control  systems  Rg,  R^  and  (which  utilize  the  deviation  amplifiers  ^))  ensure 
temperature  equality  on  the  remaining  areas  of  heating  plates  (upper  peripheral,  central  and  lower 
peripheral)  with  the  upper  central  plate. 

The  above  mentioned  control  systems  are  of  the  derivative-integral  proportional  action  (p.i.d.) 
type  with  an  operational  amplifier  calculation  circuit,  a  magnetic  amplifier  and  a  saturable  reactor 
power  circuit. 

§The  ethyl-alcohol  supply  unit  (cfr.  fig.  3a)  consists  of  the  reservoir  ,  the  circulation  pump 

,  and  the  heat  exchanger   (lu  ,  which  is  the  evaporator  of  a  Freon  22  circuit  having  the  compressor 
,  the  condenser   (I3)  ,  and  the  expansion  valjje    (^4).     Thermostatic  regulator  Tj^  controls  the  reser- 
voir temperature  by  actuating  the  compressor    d2) . 
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This  whole  assembly  is  placed  inside  the  refrigerating  room    (T^  ,  cooled  by  an  F  22  circuit  con- 
sisting of  the  compressor    ^7)  ,  the  condenser  the  expansion  valve    @  ,  the  evaporator    <Q    and  the 
thermostatic  regulator  T^. 

A  multipoint  recorder  measures  temperature  trends  by  means  of  0=2  mm  Cu-Const  thermocouples,  con- 
nected as  shown  in  figure  ^c. 

The  second  apparatus  used  for  thermal  diffusivity  measurements  at  temperatures  above  +  30°C  is 
reported  in  figure  ^e.     Heating  elements  are  obtained  with  infrared  lamps  suitably  placed  to  obtain  a 
flat  flux  distribution  on  the  external  surfaces  of  the  samples.     The  cooling  of  the  same  surfaces  is 
obtained  by  natural  or  forced  air  convection  and  by  radiation  into  the  ambient. 

4.     Results  and  Conclusions 

Experimental  results  are  reported  in  figures  4  and  5  and  in  table  1.  Figure  4  shows  an  example  of 
temperature  recordings  in  which  the  1/2  wave  oscillation  is  apparent. 

The  tested  sample  was  a  500  x  500  x  50  mm  layer  of  expanded  phenolic  resin  with  apparent  specific 
mass  p  =  32.7  kg/m^,  and  an  average  cell  diameter  of  0/2  mm. 

In  this  case  the  resonance  frequency  is: 

f  =  ^  =  0.945  mHz, 


and  the  diffusivity  from  eq  (11)  is; 


2 

\        =  7.50  X  10    m  /s  (12) 


The  value  of  a,  calculated  for  the  same  material,  according  to  the  usual  definition 

a=-^  (13) 

where  A.  =  thermal  conductivity  =  0.0295  W  m"!  °C~^  at  the  mean  temperature  9^  =  0°C; 
P  =  apparent  specific  mass  =  32.7  kg/m^ ; 

c  =  specific  heat  =  1170  J/ (kg  °C)  at  the  same  mean  temperature  of  0°C  (values  experimentally 

ated)  yields  a  =  7 
with  this  direct  method. 


-7  2 

evaluated)  yields    a  =  7.50  x  10    m/s,  which  shows  a  l.&L  difference  with  respect  to  the  value  measured 


A  series  of  thermal  diffusivity  measurements  was  carried  out  on  expanded  phenolic  resin,  polysty- 
rene, and  F  12  expanded  urethane  foam  (figure  5)  at  different  temperatures  in  the  -3O  to  +45°C  range. 
The  temperature  oscillation  amplitude  was  kept  within  +  5°C. 

In  some  tests  the  diffusivity    a    was  also  deduced  by  the  direct-measured  values  of  X ,  P  and  c. 
The  value  of     a    defined  by  equation  (I3)   is  subject  to  the  experimental  errors  of  the  measure  of  X ,  P 
and  c,  whereas  the  value  of     a    defined  by  equation  (11)  depends  only  on  frequency  and  length  measure- 
ments which  are  more  exact  than  the  calorimetric  measurements. 
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TABLE  I 


Tested 
Materials 


W 


nn°C 


kg 


o_  s 


kg  C 


irT 
s 


Expanded 
Polystyrene 


-28.5 
-18.5 
-10 
0 
+20 
+45 
+45 


0.032 

0.038 
0.038 


14.96 


14.8 
12.1 


1.215  17.6 

1.215  21.2 
1.215  25.9 


520 
500 

485 
463 
421 
390 
1270 


1  .92 

2 

2.06 

2.20 

2.375 

2.56 

0.786 


0.05 


0.10 


15.3 
15.9 
16.4 
17.2 
18.9 
20.4 
25 


Expanded 

phenolic 

resin 


-30 
-20 
-10 

0 
+20 
+45 
+45 


32.7 


0.0295 


0.044 


46.8 


1.170  7.70 


1.170  8.02 


1188 
1158 
1105 
1059 
912 
720 
978 


0.842 

0.863 

0.905 

0.944 

1.10 

1  .39 

1  .02 


0.05 


0.05 


6.70 
6.85 
7.20 
7.50 
8.76 
11  .05 
8.10 


F  12  expanded 

urethane 

foam 


-20 
0 

+25.5 

+63 


0.0196 
0.0180 
0.0186 
0.0237 


36.9 


1.385  4.63 


2415 
2855 
2715 
1785 


0.414 
0.350 
0.368 
0.560 


0.051 


3.43 
2.90 
3.05 
4.64 
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Fig.   3d  Testing  apparatus  picture 


Fig.   3e  Device  of  the  second  equipment:    L    infrared  lamps  ,     M  speci- 

mens,    U    black  alluminium  sheets  to  uniformize  temperature 
distribution  ,    S   reflecting  latercil  screen  to  concentrate  radia- 
tion flux  . 
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Rotating  Thermal  Field 

C.  Codegone,  V.  Ferro,  A.  Sacchi^ 

Istituto  di  Fisica  Tecnica  -  Politecnico 
Turin  -  (Italy) 


Experiments  are  described  in  which  a  rotating  thermal  field  has  been  obtained 
by  superposing  two  perpendicular  thermal  fields  which  have  sinusoidal  oscillations 
and  a  tt/2  phase  difference.     The  experimental  apparatus  utilized  a  sample  of  ex- 
panded phenolic  resin  in  the  form  of  a  long  prism  with  square  cross-section.  The 
n/ 2  phase  differences  of  the  oscillations  have  been  obtained  by  means  of  a  suitable 
wave  generator  and  four  temperature  control  systems.     Two  infrared  lamps  for  each 
side  of  the  prism  form  the  radiant  energy  sources.     Following  the  theory  of  the 
phonomenon  summarized  here,  the  range  of  frequencies  of  the  oscillations  was  chosen 
to  be  10  ^  to  10  ^  Hz.     Recordings  of  the  thermal  waves  and  of  the  rotating  field 
are  shown  and  some  developments  and  possible  applications  are  indicated. 


Key  Words:     Rotating  thermal  field,  thermal  wave  propagation. 


1.     Theory  of  the  Phenomenon 


On  all  the  four  sides  of  a  square  base  parallelepiped  prism  (fig.  1)  made  out  of  homogeneous  and 
isotropic  material,  four  sinusoidal  temperature  waves  are  applied: 


3    =  ©sin  riut  +  (n  -  1)  n/21  (1) 

n        ^        -  ' 


where    n  =  1,2,3,4. 


The  applied  waves  therefore  have  identical  amplitudes  and  frequencies     f  =  uj/2tt,  and  each  of 

them  has  a  tt/2  phase  difference  from  the  preceding  wave  when  examined  successively  in  one  direction 
(e.e.  clockwise)  around  the  specimen. 

A  prism  sufficiently  elongated  in  the  direction  perpendicular  to  the  lines  of  thermal  flux  is 
assumed  (figure  1).     Therefore  the  effects  of  thermal  dispersions  on  the  extreme  unheated  sides  (B^) 
and  (B2)  may  be  neglected  in  the  middle  square  section  (A)   (these  sides  are  well  insulated  anyway). 
In  the  middle  section  there  is  a  two  dimensional  temperature  field  which  is  a  superposition  of  com- 
ponents H    and  H  ,  where  H    and  H    are  the  two  perpendicular  components  due  to  the  four  externally 

xy  xy 
applied  thermal  waves. 

A  stabilized  state  of  oscillations  can  now  be  considered  in  which  the  amplitudes  of  the  imposed 
temperatures  are  sufficiently  limited  (10  -  15°C),  so  that  in  such  a  range,  the  thermal  properties  of 
the  medium,  seat  of  the  studied  phenomenon,  may  be  held  constant. 

Under  such  conditions  the  unidimensional  problem  then  consists  of  a  sinusoidal  thermal  field  de- 
fined by  the  gradient  H    =99  /5s  (s  =  x,y)  along  any  of  the  tw(f  directions  parallel  to  the  sides  I  of 
section  (A) . 

Choosing  for  instance  the  direction  of  the    x    axis,   the  said  field  is  assumed  to  be  produced  by 
the  two  sinusoidal  temperature  waves  applied  to  the  faces  perpendicular  to  the  chosen  direction: 

=  0^  sin  (ut  (2) 
e„  =  0,  sin  (uot  +  tt)  (3) 


1 
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which  have  the  same  amplitude  and  frequency  and  are  out  of  phase  with  one  another. 

If  the  thickness  i  is  sufficiently  small  compared  to  the  wavelength    \  =  2  '/n~a~T  of  the  thermal 
wave  in  the  medium  under  consideration  (a  =  thermal  diffusivity,     T  =  period  of  oscillation),  we  can 
assume  that  the  waves  propagate  In  such  thickness  without  appreciable  attenuation  and  phase  lag  [2]^. 
Consequently  a  linear  distribution  of  temperature  will  exist  (fig.  2),  while  with  respect  to  time  the 
field  will  vary  sinusoidally  according  to  the  relation: 

H    =  —         =  — f-     sin    0)  t   ,  (4) 

where  the  origin  is  on  the  middle  plane  and  the  positive     x     trend  is  as  marked  in  figure  2. 
Two  unidimensional  thermal  fields  are  now  superposed  in  the  prism  under  consideration: 

ae,  20 

H    =  — — ^  =  — —    sin  ^  t  (4) 
X         9x  ^  ^  ' 

99  20 

H    =  — r-^  =  — —    cos  u)  t  (5) 

which  are  perpendicular  and  out  of  phase  with  one  another. 

In  the  middle  section  (A)  ,  the  thermal  field  resulting  from  the  vectorial  sum  of  H  and  H  will 
rotate  with  angular  velocity    uu    and  have  magnitude    2  and  in  the  complex  plane  can  be  represented 

by  the  rotating  vector  (fig.  3) : 

2® 

H    =    H    +  j  H      =    — e^*"    .  (6) 
y  X  X 

In  fact,  considering  (4)  and  (5)  as  parametric  equations  of  the  resulting  field  and  eliminating  out,  we 
obtain  the  ordinary  equation  of  the  circular  trajectory  of  the  point  of  the  resultant  rotating  vector: 

+    h2    =    4  02  /  /  .  (7) 

In  the  general  case  where  the  thermal  field  components    H      and    H      have  different  amplitudes, 
the  parametric  equations  of  these  components  are  [5] :  ^  ^ 

20 

H    =  — —    sin     t   =  a  sin  0)  t  (8) 


2@ 


cos  (lut  +  cp)  =  b  cos  (out  +  cp)  (9) 


where    0      and    0      are  the  amplitudes  of  the  externally  applied  thermal  waves  in  the     x    and  y 
direction  respectively,  and  cp  is  the  phase  angle  between  the  components    H      and    H  .     The  equation 
of  the  resulting  trajectory  is  an  ellipse:  ^  ^ 


2 


Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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In  this  manner    v"^     (and  consequently  9^)  has  the  same  time  dependence  as     v  ^. 

For  zone  2,  which  is  opposed  to  zone  4  (fig.  5b),  the  regulation  unit  maintains  constant  v" ^  +  v'^ 
at  the  value  J  mV ,  so  that  v'^  =  v'^,  v"g  (and  consequently  Gg)  oscillates  out  of  phase  with  respect  to 
v'g  (and  to  (3^),  but  always  in  the  neighborhood  of  the  constant  of  2.5  mV  (the  equivalent  of  the  tempera- 
ture on  the  axis  of  the  specimen).  Temperatures  9^^  and  9  ,  starting  from  a  signal  on  the  oscillator 
having  a  phase  lag  of  tt/2  with  respect  to  v'^,  present  a  phase  lag  of  tt/2  in  comparison  to  ©2  and  9^ 
respectively.  If  v'^^  lags  behind  v'^  the  thermal  field  rotates  clockwise,  if  v '  anticipates  v'^ 
the  thermal  field  rotates  counterclockwise. 

3.     Results  of  Experimental  Observations  and  Measurements 

In  figure  6,  recordings  are  given  of  temperature  waves  imposed  on  the  four  sides  1,2,3  ^nd  4  of  the 
prism  specimen  in  the  case  when  all  the  waves  have  the  same  amplitude     (0    =  ®    =  0  ) ,     and  waves  on 
adjacent  sides  have  a    tt/2    phase  difference.     The  mean  temperature    9      of  th^  oscillations  is  constant 
and  equal  to  +60''C,  the  value  imposed  on  the  axis  of  the  prism. 

Figure  7  illustrates  the  position  of  thermocouples  a,  b,  and  o,  used  for  detecting  thermal  fields, 
in  the  interior  and  on  the  middle  plane  of  the  specimen.  Couples  a,  b  are  positioned  on  the  diagonals 
15  mm  from  the  axis,  i.e.  the  position  where  the  couple  o  is  placed.  This  distance  of  15  mm  must  be 
sufficiently  small  when  compared  to  the  thermal  wavelength  A.  used  in  the  experiments ,  for  previously 
mentioned  reasons.  Operating  with  a  period  T  =  6  hours,  the  wavelength  is  A.  =  2  ^/n  a  T  =  520  mm, 
assuming  for  the  present  specimen  of  expanded  phenolic  resin,  according  to  preceding  measurements  [1], 
that    a  =  12  •  10"^  m^/s. 

In  figure  8  the  connections  of  the  thermocouples  for  detecting  the  field  are  indicated  together 
with  the  connections  between  them  and  the  XY  plotter.     Due  to  the  particular  symmetry  in  positioning  of 
sensitive  elements,  it  follows,  that  the  pair    a  -  o    of  thermocouples,  connected  in  series,  gives  the 
thermal  gradient    S9/SX    which  oscillates  sinusoidally  with  time  along  the  X  axis,  while  the  second  pair 
b  -  o    gives  the  thermal  gradient    d9/dY  ,  perpendicular  to  the  first  and  a  sinusoidal  function  of  time 
in  the  direction  of  Y  axis.     These  gradients,  analogous  to  the  thermal  fields    H     and  H      mentioned  in 
paragraph  1,  are  fed  into  a  twin  axial  XY  plotter,  in  which  the  motion  of  the  writing  p?n  is  directed  by 
one  of  the  thermal  fields  and  the  motion  of  the  paper  sheet  by  the  other  one. 

In  this  manner  (fig.  9)   the  recording  of  the  field  resulting  from  the  superposition  of  the  two  per- 
pendicular fields  oscillating  n/2  out  of  phase  is  obtained.     From  the  recording  we  can  observe  a  field 
rotating  with  an  angular  velocity    uj  ~  2.9  x  10"'^rad/s.     The  trajectory  of  the  point  of  the  vector 
representative  of  the  field  is  practically  circular  and  has  the  following  radius: 


^^1.3  "^2.4 
Ax  Ay 


2.2°C/cn 


With  an  imposed  wave  amplitude  of  12°C,  the  amplitude  of  the  thermal  field  should  become,  accord- 
ing to  eqs.   (4),   (5),  and  the  assumption  of  a  linear  temperature  variation  within  the  specimen  and  there- 
fore of  propagation  without  attenuation,    20        =  2.4°C/cm.     This  value  is  nearly  107„  greater  than  the 
experimental  value. 

Figure  10  shows  a  recording  of  the  unidimens ional  thermal  field    A9j^  ^/^^^    alone;  the  temperature 
on  sides  2  and  4  (constant  at  the  value    9     =  +60°C)  and  the  amplitude  and  period  of  temperature  waves 
imposed  on  faces  1  and  J  (fig.  11)  are  the  same  as  those  already  mentioned  regarding  figure  6.     In  this 
recording,  which  was  linear  as  expected,  the  thermocouple  pair    a  -  o    was  connected  to  the  X  axis  and 
the  pair    b  -  o     to  the  Y  axis  of  the  XY  plotter.     Figures  12a  and  12b  show  respectively  the  general 
view  of  the  apparatus  and  the  prism  mounted  in  place. 

Further  experiments  could  be  executed  using  different  amplitudes  and  frequencies  of  the  imposed 
temperature  waves  and  choosing  different  phases  for  the  perpendicular  thermal  fields.     This  would  enable 
evaluation  of  thermal  properties  of  materials,  such  as  thermal  diffusivity  and  the  attenuation  constant, 
as  in  order  to  detect  eventual  anisotropies  in  the  same  materials.     In  other  experiments  we  should  also 
be  able  to  verify  with  thermal  fields  the  general  properties  of  oscillatory  phenomena.     For  example, 
thermo-  and  galvano-magnetic  effects  could  be  investigated  with  a  superposition  of  magnetic  and  thermal 
fields  in  electrical  conductors  and  semiconductors.     Since  the  rotation  of  the  thermal  field  is  actuated 
by  means  of  fixed  apparatuses  which  are  external  to  the  medium  being  studied,  we  may  foresee  other 
applications,  for  instance  to  the  processes  of  zone  fusion  for  the  purification  of  metals. 
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2  2 

X  ,        X        ^         X  V  2 

— 2 —  +  — ^ —  +  — ^  "  "^"^  ^ 
a  b 


(10) 


The  resulting  field  still  rotates  with  angular  velocity  uu,  and  the  ratio  of  the  semiaxes  is; 


tan 


(11) 


where    f  is; 


o  ,  -2ab 
sm  2  ijf  =  —   cos  cp 

a  + 


(12) 


and  the  azimuth    X  is; 


-2ab 


arctan  (  —  —  sin  cp  ) 


a    +  b 


(15) 


2.     Description  of  the  Experimental  Apparatus 

The  experiments  were  made  on  a  prismatic  specimen  of  expanded  phenolic  resin  of  dimensions  100  x 
100  X  45  mm,  having  eleven  0.2  mm  diameter  Cu-Cons tantan  thermocouples^,  according  to  the  schemes  of 
figures  4a  and  4b.    Four  of  these  couples,  each  placed  on  one  of  the  sides  of  the  specimen,  are  used 
for  the  automatic  regulation;  four  others,  side  by  side  with  the  ones  above,  are  connected  to  a  tem- 
perature recorder  for  controlling  the  imposed  oscillations;  the  remaining  three,  positioned  inside  the 
specimen,  are  used  for  detecting  the  rotating  thermal  field  and  are  connected  to  an  XY  recorder. 

The  sides  of  the  specimen  are  covered  by  four  externally  blackened  aluminum  plates  of  dimensions 
95  X  400  X  4  mm,  which  are  used  for  the  purpose  of  making  the  surface  temperatures  uniform.     The  com- 
plete specimen  assembly  was  positioned  inside  a  support  structure  bearing  polished  aluminum  shields  to 
direct  radiating  energy  fluxes,  emitted  by  each  group  of  infrared  radiation  lamps  L,  onto  the  cor- 
responding surface  of  the  specimen.     Four  automatic  regulators  R  feed  the  groups  of  lamps  in  such  a 
manner  as  to  cause  the  temperature  in  the  center  of  all  four  sides  of  the  prism  to  vary  sinusoidally 
with  the  same  amplitude,  and  such  that  there  is  a  tt/2  phase  difference  between  the  variations  of 
adjacent  sides  in  a  clockwise  sense  around  the  specimen. 

The  programming  apparatus  G  of  the  thermal  oscillations  is  a  function  generator  producing  two 
sinusoidal  signals  of  variable  amplitude  and  phase  lag,  respectively  0  to  10  V  and  0  to  2rT. 

Each  signal,  used  as  a  program  by  two  opposed  sides,  was  suitably  reduced  in  amplitude  through  a 
dividing  resistance     P     (fig.  4a),  so  as  to  reduce  the  amplitude  of  the  e.m.f.   to  ±  0.5  mV  around  the 
set  value  of  0.5  mV.     This  e.m.f.  amplitude  is  equivalent  to  12°C  of  amplitude  of  temperature  oscil- 
lation, for  the  given  type  of  thermocouples.     In  this  temperature  range  the  linearization  of  the 
characteristic  curve  of  the  thermocouples  results  in  an  error  of  less  than  0.1°C.     The  e.m.f.  extracted 
from  the  dividing  resistance  is  alternatively  added  to  and  subtracted  from  the  signal  given  by  the 
couples  of  the  opposing  faces,  and  the  resulting  signals  are  sent  to  the  regulation  units  which  feed 
the  related  infrared  radiation  heaters. 


On  the  basis  of  figures  4a  and  4b,  figure  5a  presents  the  evolution  in  time  of  the  e.m.f. 
to  the  regulation  of  zones  4  and  2,  which  are  connected  to  the  same  signal  from  generator  G. 


related 


The  e.m.f.  v'^  extracted  from  dividing  resistance    P     ,  is  subtracted  from    v"^,     given  by  the 
thermocouple  of  zone  4,  and    v"^  -  v'^    is  sent  into  regulation  unit  R4 ,  which  suitably  feeds  the 
heaters  of  the  relative  zone  in  order  to  maintain  the  e.m.f.  corresponding  to  the  said  zone  at  the 
constant  value  2  mV. 


Systematic  experiments,  executed  with  various  diameters  of  thermocouple  joints  and  with  various 
frequencies,  indicated  that  in  the  foresaid  conditions,  the  influence  of  the  thermal  capacity  of  the 
joints  on  the  results  of  the  measurements  is  not  detectable  by  the  registering  apparatus. 
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Figure  2 

Thermal  unidimendional  field  in  a  slab  with  linear  distribution  of 
temperature  along  the  thickness  of  the  same. 
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Figure  4a 

Functional  scheme  of  the  experimental  apparatus. 

G  =  wave  generator 

L  =  infrared  radiation  lamps 

P  =  partition  resistance 

R  =  P.I.D.  action  regulators  with  magnetic  power  amplifiers. 

Figure  4b  . 

Transversal  section  of  the  specimen  with  schematic  indication  of  thermo 
couple    used  for: 

O  regulation 

A  recording 

•     XY  recording 

S  =  polished  aluminum  shields  filled  by  insulating  material. 
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Figure  5a 

Bearing  of  e.ra.f.  relative  to  the  regulation  of  zone  4. 


Figure  5b 

Bearing  of  e.m.f,  relative  to  the  regulation  of  zone  2. 
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Figure  7 
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Figure  7 

Posit'ion  of  the  thermocouples  in  the  transversal  section  of  the  spe 
cimen  for  the  detection  of  the  rotating  thermal  field  H. 

Figure  8 

Scheme  of  the  connections  of  the  couples  in  figure  7  to  the  XY  plotter 
for  the  field  H. 
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Figure  9 

Recording  of  the  thermal  rotating  field  H  in  the  section  of  figure  7, 
impoaing  on  the  external  sides  the  waves  of  figure  6  . 
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Figure  10 

Recording  of  the  unidimensional  thermal  field  H^,  with  connections 
to  XY  plotter  as  in  figure  8. 
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Figure  12a 

Photographic  view  of  the  experimental  apparatus. 

1  -  Wave  generator 

2  -  Regulators  of  imposed  thermal  waves 

3  -  Recorder  of  imposed  thermal  waves 

4  -  XY  plotter 

5  -  Lamps 

6  -  Vertical  shields 

7  -  Horizontal  shields 

8  -  Prism , seat  of  rotating  thermal  field. 
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Figure  12b 

Photographic  view  of  the  prismatic  specimen,  seat  of  rotating  thermal 
field  with  basal  and  side  shields. 
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Thermal  Attenuation  through  Homogeneous  and  Multilayer 
Slabs  in  Steady  Periodic  Conditions  -  Theory  and  Experiments 


V.  Ferro,  A.  Sacchi  and  C.  Codegone-^ 

Istituto  dl  Fislca  Tecnica  -  Politecnico 
10129  -  Turin  -  (Italy) 


Tests  of  thermal  oscillation  through  homogeneous  or  multilayer  slabs  have  been 
carried  out  on  a  device  consisting  of  two  equal  and  plane  samples  with  and  without 
thermal  capacity  interposed.     By  a  suitable  control  system  identical,  sinusoidal 
temperature  oscillations  have  been  imposed  onto  both  external  surfaces  of  the  device 
and  recorded,  and  the  temperature  oscillations  received  at  the  Internal  surfaces 
have  been  recorded.    With  a  proper  test  arrangement,  reduction  factors  of  temperature 
waves  at  various  frequencies  have  been  found  by  this  method,  and  the  characteristic 
parameters  of  the  thermal  propagation  through  the  homogeneous  or  composite  slabs 
have  been  experimentally  determined.     The  experimental  results  have  been  compared 
with  those  one  can  calculate  from  the  theory  of  periodic  thermal  conduction 
through  slabs. 


Key  Words:  Attenuation  through  slabs,  characteristic  parameters  of  periodic 
conduction,  periodic  thermal  waves. 


1.  Introduction 

The  study  of  the  transmission  of  thermal  steady  waves  through  homogeneous  or  multilayer  slabs  has 
been  carried  out  by  several  authors  in  the  past[l  -  6]^  and  more  recently  by  othersf?  -  11]. 

In  this  work  an  experimental  apparatus  is  examined  to  evaluate  the  attenuation  and  the  phase  dif- 
ference of  thermal  sinusoidal  waves  through  a  simple  or  a  composite  slab  with  and  without  thermal 
capacity  in  series  to  the  same  slab. 

Parameters  are  obtained  from  these  tests  which  fully  characterize  the  behaviour  of  the  slabs  in 
periodic  thermal  conditions,  and  moreover  the  field  of  agreement  of  theory  with  the  experimental  re- 
sults is  determined.  . 

2,     Theory  of  the  Phenomenon 
2.1,     Homogeneous  Slab 

The  Fourier  equation  for  the  one-dimensional  heat  flow  through  a  flat  and  homogeneous  slab 
infinitely  extended  in  the  direction  normal  to  its  thickness  and  which  is  free  of  heat  sources  or 
sinks,  is  expressed  through  the  Laplace  transform  0  of  the  temperature  9,  by  the  well-known  relation: 


0  =  i  p®  (1) 


^Assistants  and  Professor  of  Technical  Physics,  respectively. 

^Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 


177 


where  x  is  the  abscissa  of  the  generic  isothermal  plane  surface,  a  is  the  thermal  diffusivity  and  p 
the  auxiliary  variable  introduced  by  the  transformation.     If  a  thermal  capacity  2C^,  referred  to  the 
unit  surface  and  expressed  in  kJm"2°C"l  is  put  in  the  middle  of  the  slab,  eq  (1)  is  still  valid  with 
the  following  boundary  conditions  transformed  according  to  Laplace,   (fig,  1): 

at  x  =  +  X  0  =  ®^  =  0.^  (2) 


at  x  =  0  .  =  c.p       =  -$o'  (3) 

"'^  x=0 


where  I  is  the  thickness  of  the  slab  and  \  is  the  thermal  conductivity  of  the  material,  and  $  repre- 
sents the  Laplace  transform  of  the  flux  cp. 

When  the  temperature  changes  on  the  external  surfaces  of  the  slab  are  sinusoidal  with  pulsation 
U)  =  2TTf,  the  steady  state  solution  of  eq  (1)  with  p  =  juu  (j  =  7"-!)  and  with  the  boundary  conditions 
(2)  and  (3),  becomes: 

©  =  ©o  cos  h  {(1  +  j)  X  [(u/2a]l/2}  +  juoC^^©^  sin  h  {(1  +  j)  x  ru)/(2a)]^/2}  =  A©o  +  BjujCi©,,  (4) 
where  the  expressions  for  A  and  B  are  obvious  from  eq  (4).     The  heat  flux  in  the  slab  is  given  by 

cp  =  -\Be/5x  (5) 

and  its  Laplace  transform  for  this  case  is: 

§  =  [$o/j'^C^^)]{sinh     (1  +  j)  x  Ca)/(2a)]l/2  +  5^  ^ggj,     {  (1  +  j)  x  ru)/(2a)]l/2} 

$0  (6) 
=  C  +  D$„. 

where  ^  =  (1  -  j)  /  /'2a)Xpc  (p  =  density  [kg  m"3]  and  c  =  specific  heat  [ Jkg'-'-'C"-'-]  is  the  character- 
istic thermal  impedance  of  the  medium  which  is  assumed  to  be  infinitely  extended  in  the  x-direction, 
and  through  which  the  thermal  wave  propagates.  The  expression  for  the  parameters  A  and  b  are  easily 
deduced  from  eq  (4).  The  expressions  for  C  and  D  result  from  eq  (6)  and  for  a  homogeneous  slab  are; 
A  =  D  and  B  =  CzJ^ . 

Developing  eqs  (4)  and  (6),  and  separating  the  real  part  from  the  imaginary  part  yield  the  re- 
duction factors  a  of  temperature  and  heat  flux  oxcillations  through  the  slab  between  the  surfaces 
X  =  +  £  and  x  =  0,    We  obtain  for  the  moduli  of  a: 

I  -^el  =  =  Qo/9£  =  C(Mi  +  ReM2)2  +  (N^  +  ReN2)2]'^^^  (7) 

I       I  =  0^/©^  =  cp„/cp^  =  IFM^  +  N2/(2eR)]2  +  [  (N^  -  Mj/ (2eR)2]  j'^^^  (8) 

where : 

e  =  £[uj/2ajl/2  R  ^  Ci/(pc£) 

=  cos  he  cose  M2  =  sinhecose  -  coshe  sine 

N-^  =  sinhe  sine  =  sinhe  cose  -  coshe  sine 

In  logarithmic  units,  according  to  electrotechnical  notations,  the  relations  (7)  and  (8)  become, 
in  terms  of  the  attenuation  a: 
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%  =  20  log^o  (1/  I  )  =  20  1os^q(i/  I        I  )  (9)  ,  (10) 

The  phase  differences  i/  of  the  temperature  and  flux  waves  between  the  same  surfaces  are: 

=  arctanC©^/©^)  =  arctan  (9^/9^^)  =  arctan  [   (N^  +  Re  N^)  /  (M^  +  Re  M^)  ]  (11) 
,|,^  =  arctan  (.^^/o^)  =  arctan  (cp^/cp^)  =  arctan  {[N^  +  M^/ (2eR) ] /[M^  +  Vi^/ (,2eK)  y  (12) 
One  can  observe  that  the  eqs.   (7),   (8),   (11)  and  (12)  become,  when  R  =  0  and  thus        =  0; 

'''0,9  =  arctan  (tanhe  tane)  (15) 
■Ij ^      =  arctan  [(tanhe  cote  -  l)/(tanhe  cote  +  1)]  (16) 

If  R  =  0  and  e>l ,  eqs.   (9),   (11)  and  (12)  can  be  written: 

Q  =  8.686e  -  6.02         [db]  (17) 

^      e  ^  (1  -  tanie)/(l  +  tane)  (18),  (19) 

and,  if  e  =  n,  the  eqs.   (17),   (18)   and  (19)  are  simply: 

Q-        =  21.082  Ka='"  K  (20),  (21),  (22) 

0,9  ^0,9  o,tp 

which  represent  half-wave  stationary  conditions  through  the  slab  and  in  this  case  the  pulsation 
0)  =  2ti^  a/i^  results  [12]. 

In  figures  2,3  and  4  eqs  (7)-(19)  are  plotted  versus  the  non-dimensional  parameters  e  and  R. 

2.2.     Multilayer  Slabs 

Theoretical  analysis,  performed  by  several  authors  [5],  f 6] ,  [ 1^3 >  established  that  the  com- 

posite slabs,  made  of  several  sublayers  of  homogeneous  isotropic  materials  arranged  normally  to  flow 
lines,  may  be  treated  as  a  cascade  of  four- terminal  networks  if  the  boundary  effects  are  negligible. 
Of  course,  each  four-terminal  network  of  the  cascade  is  supposed  to  be  passive,  linear,  and  bilateral, 
and  moreover  the  wave  amplitudes  are  assumed  relatively  small  so  that  the  thermal  diffusivity  may  be 
considered  a  constant  and  hence  the  superposition  of  the  effects  due  to  different  frequencies  is  appli- 
able. 

The  discussion  is  carried  out  generally  using  the  theory  of  complex  variable  functions.  We  indi- 
cate a  generical  frequency  f^  =  o)^/ (2rr)  =  1/T^(ut)  =  angular  frequency,  T  =  wave  period,  v  =  1,2,..., 
k,...  is  the  progressive  number  of  the  various  frequencies),  9  and  cp  are  the  sinusoidal  components 
of  temperature  and  thermal  flux  at  the  external  surface  of  ?Ke  compSsite  slab  (jp^  being  referred  to 
the  unit  face  area  of  the  slab)  and  9  and  cp  are  the  same  quantities  referred  to°^he  opposite  sur- 
face S  .     We  thus  obtain,  using  ma trix^ formulation : 
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where  a 


and  d      are  suitable  complex  constants  like  those  given  in  eqs.   (4)  and  (6)  and 


are  related  to  the  m-th  homogeneous  sublayer  at  the  frequency  f  ,  n  is  the  number  of  the  sublayers  and 


fl  the  symbol  of  product, 

slab  at  the  frequency  f 
j'ij  t  ^ 


A     ,  B 

V  . 

We  remember  that  in  the  sinusoidal  case  yields  in  general 


C     and  D    may  be  held  as  characteristic  parameters  of  the  multilayer 

jiu  t  \ 
e    V  and 


=  0 


According  to  the  methods  used  in  all  branches  of  electrotechnics  where  similar  problems  are  met, 
the  positive  direction  assigned  to  the  heat  flows    cp      snd  (p        is  the  same  direction  of  the  thermal 
wave  transmission,  namely  from  the  surface  to  which  temperature  oscillations  are  applied  toward  the 
surface  which  is  consequently  affected.    Any  change  in  the  direction  of  the  thermal  waves  causes  the 
flow  sign  to  change,  thus  yielding: 
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since  the  parameters  A  ,  B  ,  C    and  D  ,  just  as  a     ,  b     ,  c      and  d     ,  must  satisfy  the  unimodularity 
v'v      v  V  mv'mv      mv  mv  ^ 

condition,  which  is  satisfied  by  any  linear,  bilateral,  and  passive  system: 


A     D    -  B  C 

V      V  V  V 


(25) 


These  parameters  are  complex  quantities:    only  three  of  them  are  independent,  and  the  fourth  is  deter- 
mined from  the  others  by  eqs.   (25);  the  number  of  independent  quantities  becomes  two  in  the  case  of  slabs 
having  a  symmetric  arrangement  of  the  layers,  because  we  have  now: 

A    =  D    .  (26) 


The  parameters  uniquely  define,  at  a  given  frequency  f 
is  subject  to  temperature  oscillations.  ^ 


the  behavior  of  the  composite  slab  which 


For  instance,  if  we  assume  that  the  surface        is  bounded  by  an  outside  ambient  (h    being  the  corre- 
sponding film  coefficient)  and  the  surface  S     is  in  contact  with  an  inside  ambient  (h.  being  the  cor- 
responding film  coefficient),  we  have: 
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where  at  a  given  frequency  f  ,  cp  and  cp^^  are  the  thermal  fluxes  referred  to  the  outside  and  to  the 
inside  ambients  respectively^  and^Q^^  and  Q^^  are  the  corresponding  temperature  values. 

All  quantities  involved  and  previously  defined  have  in  practice  a  periodic  behaviour  which  is 
generally  not  sinusoidal.     They  can,  however,  be  expanded  in  Fourier  series,  each  of  which  yields  a 
sum  of  a  constant  term,  a  fundamental  frequency  wave  term,  and  successive  harmonic  terms.     The  char- 
acteristic parameters  should  then  be  evaluated  both  for  the  direct  or  constant  component  and  for  each 
of  the  various  sinusoidal  components  of  the  periodic  wave,  repeating  the  above  discussion  about  the 
composite  slab  behaviour  for  each  frequency.     With  this  purpose  in  mind,  an  experimental  method  which 
has  been  set  up  for  the  measurement  of  these  complex  quantities,  is  now  described. 
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3.     Principles  of  the  Experimental  Method 


Neglecting  the  film  heat  resistances,  the  parameters  which  fully  describe  the  thermal  behaviour  of 
a  multilayer  slab  at  a  given  frequency  are  those  called    A     ,         ,  C     and  in  eq  (23).  Since, 

according  to  eq  (25)  only  three  of  them  are  independent,  three  experimental  measurements  will  be  suf- 
ficient to  evaluate  all  of  them.     Moreover  we  want  to  avoid  a  direct  measurement  of  the  oscillating  heat 
flux,  which  is  very  difficult. 

The  homogeneous  slab,  which  is  characterized  by  the  parameters     A  =    D,    B  and C    of  eqs.   (4)  and  (6) 
for  a      =  d      and  c      of  eq.   (23)J  ,  can  be  considered  a  particular  case  of  the  multilayer  slab.  Accord- 
ingly  we  designed  the  following  sequence  of  experiments,  each  of  them  leading  to  the  evaluation  of  one 
parameter  at  a  given  frequency. 

3.1.     Measurement  of  A 

V 

Two  identical  slabs  are  placed  close  to  each  other  so  that  the  surfaces  S     are  in  mutual  contact 
(fig.   5a).     A  sinusoidal  temperature  oscillation  9^^  is  imposed  on  both  surfaces  S     and  the  temperature 
9^^  is  recorded  at  the  facing  internal  surfaces  S^?    This  arrangement  corresponds  ?o  the  boundary  con- 
dition CD      =0.     The  ratio  9/9       is  a  complex  number  whose  modulus  is  the  inverse  of  the  reduction 

T^nv  ov  nv 

factor  of  the  amplitudes  of  the  sinusoidal  oscillations,  and  whose  argument  is  the  phase  difference 

between  these  oscillations.     Equation  (23)   then  yields: 

9  0 
nv  nv 


For  a  homogeneous  slab  the  boundary  condition  is  cp^^  =  0  and  remembering  eq  (4)  for  C.   =  0  and 
X  =  jg  ,  we  have :  . 

1  ^V9  I    =  %  =         /  9ov  =         /  ®ov  =  C(l+j)%]  (29) 


3.2.     Measurement  of  B 

V 

The  same  arrangement  of  the  previous  experiment  is  kept,  and  a  thin  conducting  layer  is  inserted 

between  the  internal  facing  surfaces  S     so  that  it  is  in  good  thermal  contact  with  them.     This  layer 

must  present  a  thermal  diffusivity  mucR  higher  than  that  of  the  multilayer  slab  under  test.     It  has  a 

known  thermal  capacity  2C.   and  it  is  provided  with  suitable  notches  to  avoid  heat  conduction  from  the 

center  toward  the  periphery  (fig.   5b).     A  sinusoidal  temperature  oscillation  9       is  imposed  on  both 

outside  surfaces  S     and  the  temperature  9       at  the  inside  surfaces  S     is  recorded, 
o  nv  n 

In  this  case  we  have: 

CD     =  juo.c.g 

"nv  V  1  nv 

and  from  the  first  of  eqs.  (23)  it  follows  that: 


)       =  A  9       +  jB 

ov        V  nv  V 
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So  we  obtain: 


B  = 
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(30) 


Similarly  in  a  homogeneous  slab,  for  x  =  ^,  eq  (4)  holds  and  therefore  we  have: 
0,  /0      -a,         0^  /0      -cosh[(l+j)e  ] 
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3.3-     Measurement  of  D 

V 

Both  slab  elements  are  reversed  (fig.   5c) ,  so  that  the  surfaces  S     are  in  mutual  contact  and  we 
then  proceed  according  to  section  ^.1.     The  temperature  oscillation  9       is  applied  to  the  outer  surfaces 

and  the  corresponding  oscillation  q^^  is  now  recorded  at  the  facing  surfaces  S     .     From  eq  (24) , 
remembering  that  with  this  arrangement  „      =  0 ,  we  obtain; 


(32) 


If  the  slab  is  symmetric,  it  follows  A  =  D  and  the  test  shown  in  this  section  is  not  necessary.  This 
is  also  true  for  the  case  of  a  homogeneous  ^lab,  where  a  =  d  .  The  parameter  C  can  now  be  evaluated 
from  eq  (25).     For  a  homogeneous  slab  it  is  simply  c     =  K  /Z  ^2  .  ^ 


4,     Description  of  the  Experimental  Equipment 

The  equipment  used  to  perform  the  experiments  on  the  multilayers  slabs  is  shown  schematically  in 
figure  6.     Slab  samples  M^^  and         ,  placed  according  to  one  of  the  arrangements  described  in  the  pre- 
ceding section,  are  fastened  between  two  metal  plates  6a  and  6b  with  guard  rings  3a  and  S^.     The  plates 
and  the  rings  are  equipped  with  nickel-chrome  heating  resistances  2a,  2b,   5a  and  5b,  and  face  the  outer 
surfaces  of  the  sample  layers  M^^ ,  which  are  in  good  thermal  contact  with  them. 

Two  cooling  tanks,  la  and  lb,  are  located  next  to  the  heating  plates.     Each  one  of  them  faces  the 
heating  elements  and  has  a  copper  plate  (size  500  x  500  x  10  mm)  which  is  kept  isothermal  by  circulating 
water  or  methyl  alcohol  at  a  temperature  about  25-40°C  lower  than  the  mean  temperature  of  the  heating 
elements.     The  temperature  value  in  the  range  25-40°C  is  chosen  as  a  function  of  the  wave  frequency. 
The  temperature  of  the  cooling  tanks  is  kept  at  a  value  much  lower  than  the  oscillating  temperature 
minimum,  while  the  control  systems  deliver  the  power  required  to  impose  the  programmed  temperature 
oscillation  on  the  slab  surfaces.     Two  asbestos  sheets,  4a  and  4b,  separate  the  cooling  tanks  from  the 
heating  plates.     The  temperature  oscillation  amplitudes  must  have  limited  values  ^5-10°C) ,  so  that  the 
transport  parameters  can  be  considered  constant  and  therefore  the  heat  flux  equations  linear,  as  it  was 
assumed  in  the  previous  sections. 

A  sinusoidal  wave  generator  G,  with  pre-arrangeable  amplitude  and  frequency,  causes  the  temperature 
to  oscillate  at  the  central  heating  unit  (5a  and  5b)  through  two  control  systems        and  R^,  whereas  the 
two  guard  sections  2a  and  2b  follow  the  temperature  of  the  corresponding  heating  unit  by  means  of  two 
differential  thermocouples,  which  are  connected  to  control  units        and  R^  respectively. 

In  order  to  avoid  errors  due  to  heat  losses  at  the  edges  when  the  composite  slab  includes  some  good 
conductor  layer,  or  in  some  instances  a  layer  with  a  thermal  diffusivity  higher  than  others  in  the  sample, 
the  influence  of  the  conducting  layer  is  compensated  for  on  an  average  by  means  of  the  peripheral  heating 
resistances  r    and  r  ,  controlled  by  the  systems  R^  and  R  ,     These  control  systems  operate  so  as  to 
equalize  the  temperatures  of  the  center  and  of  the  periphery  of  the  conducting  layer,  which  has  a  thermal 
capacity  of  2C.    .     An  additional  control  element  R^  eliminates  the  heat  losses  at  the  edges  of  the  ther- 
mal capacity  2^^  by  means  of  a  peripheral  heating  resistance  r^  and  a  cooling  pipe  7. 

-2     - 1 

The  thermal  capacity  2C,   is  built  of  an  aluminum  plate  1  mm  thick  [C.   =  1195  Jm     "C     ]  or  2  mm 

-?     -1  -2  -1 

thick  [C.   =  2390  Jm     °C     ]  or  4  mm  thick  [C.  =  4780  Jm     "C    ],  which  is  suitably  divided  in  concentric 

squares  separated  by  air  annuli  to  further  reduce  the  peripheral  heat  losses. 

All  control  systems  used  are  of  the  P.I.D.   (proportional,  integral  and  differential)   type,  with 
final  power  amplifiers.     The  whole  assembly,  including  samples,  heating  units,  and  cooling  tanks,  is 
tightened  in  the  thermal  flux  direction  and  is  thermally  insulated  on  the  peripheral  surfaces  with 
fiberglass.     It  is  then  placed  in  a  usual  room  for  oscillating  tests  at  mean  temperature  in  the  range 
+40  to  +60°C,  or  in  a  refrigerated  box  with  dried  atmosphere  for  tests  at  a  mean  temperature  of  about 
0°C  or  lower.     In  this  second  case  the  box  is  kept  at  the  average  temperature  of  the  programmed  thermal 
oscillation  by  means  of  a  suitable  control  system.     Chrome 1-Alumel  thermocouples  (0.32  mm  dia.)  are 
located  on  outer  and  inner  surfaces  of  the  slab  samples  and  in  the  middle  of  the  system  within  suitable 
grooves.     They  follow  in  part  an  isothermal  path  and  are  connected  to  a  multipoint  potentiometric 
recorder  T. 

This  experimental  apparatus  is  obviously  also  employed  for  tests  on  homogeneous  slabs.    A  modifi- 
cation of  this  device  uses  a  radiant  heating  source  [12],  [14]  instead  of  a  conducting  heating  source 
like  plates  6a,  b  and      ,  b  of  figure  6. 
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5.     Experimental  Results 


5.1.     Homogeneous  Slabs 

Figures  7a  and  7b  reproduce  the  recordings  of  the  imposed  temperature  wave  g     and  of  the  trans- 
mitted wave  9    ,  obtained  for  a  sample  of  rigid  polyurethane  foam,  with  and  without  thermal  capacity  C. 
in  series.     iBree  types  of  synthetic  expanded  materials  were  tested:  polystyrene,  phenolic  resin  and  ''^ 
polyurethane. 

Through  the  experimental  measurements  of  the  equivalent  thermal  conductivity  X,  the  apparent  den- 
sity p,  and  the  equivalent  specific  heat  c"^,  the  diffusivity  value       and  therefore  the  value  of  the 
dimensionless  parameter  s  were  deduced  for  the  samples  tested.     From  this  value  of  e  and  through  the 
theoretical  relationships  (7),  (9),   (11),  (IJ) ,   (15),   (17),  (18),  we  have  plotted  the  curves  of  the 
attenuation  (or  reduction  factor)  and  the  phase  difference,  which  in  figures  8-11  are  compared  with  the 
experimental  values  obtained  by  means  of  the  assembly  described  in  the  previous  paragraph.     The  results 
also  confirm  the  validity  of  the  previous  relationships  and  the  admissibility  of  the  expression  a  =  A./ 
(pc)  of  the  thermal  diffusivity  for  expanded  insulating  materials,  in  which  temperature  oscillations  of 
limited  amplitudes  (~5-10°C)  occur.     These  materials  are  microscopically  non-homogeneous,  insofar  as 
they  are  composed  of  small  cells,  where  the  conduction  phenomenon  is  coupled  with  radiation  and  con- 
vection phenomena.     The  latter  indeed  is  rather  limited,  being  questionable  for  materials  of  low  gas 
permeability.     Tables  1,  2  and  5  show  the  physical  properties  of  tested  materials  and  the  wave  periods, 
which  have  been  used  to  calculate  the  theoretical  curves.     Further  results  are  given  in  reference  [15]. 
The  wave  periods  in  these  tables  are  also  the  same  as  those  of  the  tests. 


Table  1.     Expanded  Phenolic  Resin. 

Mean  temperature  of  the  slab  ®m  ~ 

Slab  thickness  2£  =  0.1  m 

Equivalent  thermal  conductivity  at  +45°C               X  =  0.042  Wm"'''°c'''" 

Equivalent  specific  heat  at  +45°C  c  =  1.17  kJ  kg  ''""C  ^ 

Apparent  density  p  =  42.6  kgm 

Diffusivity  a  =  \/(pC)  =  8.43-10'7  m^  s"''' 

Thermal  capacity  =  0,  1.195,  2.390,  4.780  kJm"^°c'''' 

R  =  C^/(pcl)  =  =0,  0.48,  0.96,  1.92 

Period  T  =  0.5,  1,  2,  3  hours 


Table  2.    Expanded  Polystyrene. 

Mean  temperature  of  the  slab  =  +45°C  "C 

Slab  thickness  2Z  =  0.1  m 

Equivalent  thermal  conductivity  at  +45°C               X  =  O.O38  Wm"  °c' 

Equivalent  specific  heat  at  +45''C  c  =  1.215  kj  kg"''"''c"''' 

Apparent  density  p  =  14.6  kg  m 

Diffusivity  a  =  \/(pc)  =  21.2-10"^  m^  s'^ 

Thermal  capacity  =  0,  1.195,  2.390,  4.780  kJ  m'^^c"'- 

R  =  C^/(pcl)  =  =0,  1.35,  2.70,  5.40 

Period  T  =  0*5,  1,2,3  hours 


^  We  speak  of  equivalent  or  apparent  transport  property  because  we  have  an  expanded,  porous  material  as 
a  sample. 
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Table  3.     Rigid  Polyurethane  Foam  (Expanded  with  F12) . 


Mean  temperature  of  the  slab 

'^m 

=  +63 "c 

"C 

m 

Ecjuivalent  thermal  conductivity  at  +63  C 

\ 

_  n   1  no 

W  in  u 

Equivalenc  specific  heat  at  +63°C 

c 

=  1.385 

Apparent  density 

p 

=  36.9 

kg  m  ^ 

Dif  f us  ivi  ty 

a 

=  X/(pc)  =  4.64-10"'' 

2  -1 

ni  s 

Thermal  capacity 

C. 
1 

=  0,  2.390,  4.780 

-?  -1 

U  m  °C 

R  =  C./(pCl)  = 

=  0,  0.92,  1.84 

Period 

T 

=  1,  2.5,  6 

hours 

5.2.     Multilayer  Slabs 

Some  types  of  multilayer  slabs  have  been  examined,  and  their  characteristics  fre  listed  in  table  4. 
The  experiments  outlined  in  sections  3'1-  and  3«2.  have  been  performed  on  symmetric  samples,  where  as 
those  explained  in  sections  ^.1.,  3'2.  and  3'3'  were  performed  on  asymmetric  samples. 

The  imposed  thermal  wave  has  a  mean  temperature  value  of  about  +40''C  and  an  amplitude  in  the  range 
±  5-7°C  .  The  moduli  and  the  phase  differences  of  the  reduction  factor  q.,  which  have  been  found  by  the 
experiments,  are  given  in  table  5.  According  to  eqs  (28),  (5O)  ,  (32)  and  (25)  the  characteristic  para- 
meters A  ,  B   ,  C  ,  D    of  multilayer  slabs  have  been  determined.     The  value  of  B    has  been  taken  as  the 

y        V  '      V  '      V  V 

average  between  the  values  of  B^^  and  B^^  relative  to  the  two  different  thermal  capacities  [B^^  with 

=  2390  J  m'^^c''''  and  B^^  with  =  4780  J  m'^'c"'''].  The  results  are  listed  in  table  6;  in  figure  12 
are  given  some  recordings  of  the  temperature  waves. 


Afterwards  numerical  calculations  have  been  made  to  check  the  agreement  between  theoretical  and 
experimental  values  of  the  oversaid  parameters.     The  theoretical  values  for  the  various  tested  slabs 
have  been  calculated  following  the  theory  given  in  a  preceding  paper  [16]  and  assuming  the  quantities 
given  in  table  4.     The  calculated  values  are  listed  in  table  7.     Further  results  are  given  in  reference 
[17j.     In  the  range  of  temperature  amplitudes  chosen  the  agreement  between  theoretical  and  experimental 
values  is  satisfactory,  considering  that  the  slabs  examined  are  made  of  usual  building  material. 


To  evaluate  the  influence  of  the  thermal  joint  capacities  on  the  attenuation  and  on  the  phase  lag, 
some  experiments  have  been  made  with  wire  of  diameters  O.32,  0.5  and  1.02  mm,  at  frequencies  in  the 
range  1x10"^  to  1x10"^  Hz.     In  this  range  and  with  the  wire  of  diameter  0.32  mm  the  influence  of  the 
said  capacity  is  not  detectable  by  the  recorders. 
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Table  4.     Properties  of  the  Tested  MultiLayer  Slabs. 


Slab 

Layer 

Material 

A 

C 

c 

q  (a) 

-1—  V 

t  _-o 

m 

W  m  (_ 

kg  m 

J  kg  C 

\A/    -2  0-.-1 
W  m  C 

1 

1 
2 

Eternit 

Expanded  polystyrene 

0.02 
0.018 

0.55 
0.041 

1850 
12.3 

930 
1215 

2.11 

letric 

2 

1 
2 

Expanded  polystyrene 
Eternit 

0.018 
0.02 

0.041 
0.55 

12.3 
1850 

1215 
930 

2.11 

£ 

VI 
-0 

3 

1 

2 
3 

Eternit 

Expanded  polystyrene 
Eternit 

0.005 
0.019 
0.005 

0.55 
0.041 
0.55 

1880 
13 
1880 

930 
1215 
930 

2.08 

o 
£ 

4 

1 

2 
3 

Eternit 
Acalorit  (b) 
Eternit 

0.0035 

0.021 

0.0035 

0.55 
0.12 
0.55 

1600 
700 
1600 

930 
1000 
930 

5.33 

o 

M 
E 

V5 

(a)  /  q  =  equivalent  thermal  conductance. 

(b)  ,   Acalorit  is  cement-asbestos  material  with      =  600  -  800  kg  m 


Table  5.    Experimential  Reduction  Factor  and  Ph^se  Difference, 


Slab 


V 

Period 


Test  3.1.  A 


/e'  , 

ov  nvi 


I  /  py  n 


Test  3.2. 


C;  =  2390  J  m'^  °C"' 


4780  J  m"^  °C"^ 


-ef  /e' 

01'  w 


ft 


'    ov  w 


Test  3.3. 


ff  /ft 


L 


f/  /er 


hours 


rad 


rad 


rod 


rod 


2.5 
6 
15 

2.5 
6 
15 

1 

2.5 
6 

1 

2.5 
6 


11  .30 
5.41 
2.26 

1  .17 
1  .03 
1  .02 

7.63 
3.03 
1  .56 

3.70 
1 .73 
1 .22 


1  .49 
1  .35 
1.11 

0.49 
0.20 
0.11 

1 .49 
1.13 
0.84 

1  .76 
1 .16 
0.61 


12.03 
5.71 
2.37 

1  .49 
1  .10 
1  .024 

9.6 
3.78 
1 .82 

4.63 
1  .98 
1 .29 


1  .52 
1  .37 
1  .14 

1  .00 
0.51 
0.25 

1 .54 

1  .24 
0.98 

1 .89 
1  .26 
0.70 


12.78 
6.03 
2.48 

2.07 
1 .27 
1 .04 

11 .5 
4.50 
2.13 

5.4 

2.24 

1.36 


1  .55 
1  .39 
1.15 

1  .37 
0.77 
0.38 

1  .58 
1  .30 
1  .07 

2.05 
1  .35 
0.78 


1  .17 
1  .03 
1  .02 

11  .30 
5.41 
2.26 


0.49 
0.20 
0.11 

1  .49 
1 .35 
1.11 
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Table  6.     Experimental  Characteristic  Parameters  of  Multilayer  Slabs  (a)  . 


Slab 

T  y 

B2v. 

C 

mod 

org 

mod 

org 

mod 

ara 

mod 

nrn 

hours 

2o-. . .  .-1 
m    C  W 

rod 

2o 

m 

/-  \«/~l 

c  w 

rod 

2o^  .,,-1 
m    C  W 

rod 

-2o_-1 

W  m  C 

rod 

1 

9 

0.485 

0 

0 

479 

0 

416 

0 

482 

0.398 

28.3 

1  .66 

6 

0.460 

0 

.143 

0 

47'i 

0 

153 

0 

468 

0.148 

12.1 

1  .56 

15 

0.467 

0 

.116 

0 

471 

0 

143 

0 

469 

0.130 

4.63 

1  .53 

2 

2 

■J 

0.443 

0 

.  31 3 

0 

484 

0 

393 

0 

464 

0.353 

29.4 

1  .70 

6 

0.483 

0 

.148 

0 

454 

0 

156 

0 

469 

0.152 

12.0 

1  .55 

15 

0.514 

0 

.153 

0 

500 

0 

173 

0 

507 

0.163 

4.28 

1  .50 

3 

1 

0.485 

0 

.183 

0 

478 

0 

185 

0 

482 

0.184 

123 

2.79 

2. 

5 

0.500 

0 

.078 

0 

479 

0 

046 

0 

490 

0.062 

20.1 

2.28 

6 

0.505 

0 

.078 

0 

508 

0 

026 

0 

507 

0.052 

5.40 

2.01 

4 

1 

0.258 

0 

785 

0 

238 

0 

842 

0 

248 

0.814 

58.7 

2.71 

2. 

5 

0.190 

0 

292 

0 

191 

0 

328 

0 

191 

0.310 

19.6 

2.21 

6 

0.191 

0 

101 

0 

186 

0 

127 

0 

189 

0.114 

7.83 

1  .79 

(a)    The  values  of  A^^    and    Dj^  are  listed  in  table   V  . 


Table  7.     Theoretical  Characteristic  Parameters  of  Multilayer  Slabs. 


C 

Slab 

mod 

org 

mod 

org 

mod 

org 

mod 

arg 

-1 

hours 

rod 

m  CW 

rad 

Wm"^  °C 

rod 

rod 

1 

2 

.5 

12 

35 

1 

.596 

0 

.492 

0 

405 

27.9 

1 

.718 

1  .067 

0.473 

6 

4 

967 

1 

.393 

0 

.480 

0 

150 

10.8 

1 

.639 

1  .012 

0.206 

15 

2 

074 

1 

.052 

0 

472 

0 

134 

4.03 

1 

.524 

1  .002 

0.099 

2 

2 

.5 

1 

067 

0 

.473 

0 

492 

0 

405 

27.9 

1 

.718 

12.35 

1  .596 

6 

1 

012 

0 

.206 

0 

480 

0 

150 

10.8 

1 

.639 

4.967 

1  .393 

15 

1 

002 

0 

.099 

0 

472 

0 

134 

4.03 

1 

524 

2.074 

1  .052 

3 

1 

7 

33 

1 

.547 

0 

484 

0 

180 

113 

2 

909 

7.33 

1  .547 

2 

.5 

3 

09 

1 

.254 

0 

495 

0 

061 

21  .0 

2 

497 

3.09 

1  .254 

6 

1 

68 

0 

.91 

0 

497 

0 

044 

6.30 

2 

037 

1  .68 

0.910 

4 

1 

3 

683 

1 

.760 

0 

214 

0 

710 

68.2 

2 

793 

3.683 

1 .760 

2 

.5 

1 

709 

1 

,205 

0 

193 

0 

340 

19.2 

2 

237 

1  .709 

1  .205 

6 

1 

150 

0 

.613 

0 

183 

0 

130 

7.37 

1 

839 

1  .150 

0.613 
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Fig.  7-a      Recording  of  the  imposed  temperature  waves  ^  "^""^  of       recorded  wave 

tested  material:  rigid  urethane  foam  expanded  with   F12-    |'Q'q  /  '^'^  |     ~  0.49; 


orgi'B^/'^^)  =  1.40  rod;  Period  ^  =2.5h, 


Fig.  7-b      Recording  of  the  imposed  temperature  waves    '©'^=  and  of  the  received  waves  'Q' ^ 

with  interposed  thermal  capacity  Cj  =  4.780  kj  m  ^  °C  '  -tested  material:  the  same 
of  Fig.  7-c  .  \^  ^  /  =  0.108  ;  org  (  '^^/'^^  )  =  1 .92  rod;  Period  '2  =  2.5  h. 
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ig.  9         Theoretical  curves  and  experimental  values  of  "^^vs.  adimensional  parameter  £  and 
R  for  tfie  same  slabs  and  rr»ean  temperature  of  fig.  8. 
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Heat  Losses 
Exfjer  imental 


In  a  Cut-Bar  Apparatus: 
-Analytical  Comparisons 


Merrill  L.  Minges 

U.  S.  Air  Force  Materials  Laboratory 
Wright-Patterson  Air  Force  Base 
Dayton,   Ohio  45433 


In  connection  with  thermal  conductivity  measurements  on  beryllium  oxide, 
data  on  heat  exchange  between  the  specimen-meter  bar  column  and  the  sur- 
rounding insulation  vere  obtained.    These  data  consisted  of  measured  differ- 
ences in  the  flux  through  the  Armco  iron  meter  bars  position  above  and  below 
the  beryllium  oxide  thermal  conductivity  sp>ecimen  and  in  the  variation  of 
the  flux  in  the  specimen-meter  bar  column  as  the  guard  heater  temperature 
distribution  was  varied.     Analytical  predictions  of  the  heat  exchange  be- 
tween the  specimen-meter  bar  column  and  the  insulation  were  made  by  first 
generating  an  equation  for  the  temperature  field  in  the  insulation  with  the 
various  boundary  temperatures  observed  experimentally,  and  then  deriving  an 
expression  for  the  radial  temperature  gradient  at  the  specimen  column- 
insulation  interface.     Integration  of  this  equation  with  respect  to  the 
axial  coordinate  leads  directly  to  an  expression  for  the  predicted  heat 
exchange  which  was  then  used  to  generate  values  for  comparison  with  the 
experimental   results.     No  measurements  of  the  thermal  insulation  con- 
ductivity were  made  in  this  investigation , thus  some  discussion  is  given  as 
to  the  rationale  used  for  estimating  this  conductivity  from  data  available 
in  the  literature.     The  comparisons  of  predicted  and  measured  heat  exchange 
values  show  inconsistencies  in  some  cases.     Although  the   source  of  these 
differences  is  not  entirely  clear,   it  appears  that  uncertainties  in  the 
true  temperature  distribution  along  the  insulation  boundaries  are  the 
largest  source  of  error. 

Key  Words:     Boundary  value  analysis,  comparative  conductivity, 
heat  losses,   thermal  conductivity,   thermal  insulation. 


1.  Introduction 

At  the  4th  Thermal  Conductivity  Conference  the  design  of  an  apparatus  for  the  measurement 
of  thermal  conductivity  by  the  comparative  method  was  described  (l)-*-.     Results  of  conductivity 
and  thermal  contact  resistance  measurements  were  presented  the  following  year  (2).     One  of  the 
important  features  of  this  equipment  was  a  fairly  large  ratio  of  lateral  insulation  diameter 
to  sp)ecimen  diameter   (di/dg=  6.0).     This  ratio  was  purposely  chosen  considerably  greater  than 
the  optimum  value  so  that  guarding  requirements  could  be  relaxed.     Using  a  simplified  heat 
transfer  analysis  it  was  concluded  that  this  approach  was  acceptable  as  long  as  the  sp>ecimens 
had  a  conductivity  level  at  least  100  times  that  of  the  insulation.     For  the  alumina  bubble 
insulation-beryllium  oxide  specimen  combination  studied  here,   this  ratio  varied  from  about 
5.0x10-5  at  room  temperature  to  about  7.4x10-3  at  1000°C. 

In  order  to  substantiate  the  apparatus  design  rationale  an  analytical  analysis  of  heat 
losses  was  conducted,   the  results  then  being  compared  with  experimental  measurements  of  heat 
losses.     The  experimental  heat  loss  data  consisted  of  measured  differences  between  the  heat 
flux  through  each  of  the  meter  bars  as  a  function  of  variations  in  the  absolute  tempierature 
level  and  variations  in  the  guard  heater  temp>erature  distribution.     The  next  section  briefly 
sketches  the  analytical  analysis.     The  final  section  of  the  paper  compares  the  experimental 
results  with  the  predicted  vSlues  of  heat  exchange  between  the  insulation  and  the  specimen 
column. 


Figures  in  parentheses  indicate  the  literature  references  at  the  end  of  this  paper. 
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2.     Analytical  Development 


In  order  to  arrive  at  an  analytically  exact  prediction  of  the  heat  exchange  between  the 
specimen  column  and  the  insulation  surrounding  it,  it  is  necessary  to  have  an  expression  for 
the  radial  temperature  gradient  at  the  column  surface  as  a  function  of  the  axial  coordinate. 
If  this  is  available  then  an  equation  of  the  following  form  can  be  applied, 


%  --  27rr  K.(4^)  dz 
'loss  0  Jq  i\^r'r=a 


(i; 


where , 


Tq  =  SPECIMEN  RADIUS 


L  =  SPECIMEN  COLUMN  LENGTH 


The  expression  for      (  was  obtained  by  developing  a  general  equation  for  the  temperature 

field  in  the  annular  insulation  region  surrounding  the  specimens  and  performing  the  indicated 
differentiation.     This  temperature  field  equation  was  constructed  by  sujaerposition  of 
solutions  for  the  steady-state  boundary  value  system  made  up  of  the  insulation  region  with  its 
surface  temperature  distributions.     The  most  general  solution  developed  for  this  axi-symmetric 
system  was  for  arbitrary  temperature  distributions  f q( z ) , f ( z  ) , f 2( r )  along  the  inner  and  outer 
cylindrical  boundaries  and  the  upper  surface  boundary, respectively.     The  lower  surface  boundary 
was  assumed  to  be  at  a  constant  temperature,  T  =  0,  although  this  is  essentially  a  temperature 
field  normalization  condition  which  could  very  easily  be  relaxed.     A  sketch  of  the  system  and 
these  boundary  conditions  is  given  in  figure  1. 


BOUNDARY  CONDITIONS 


T=f,(r  ) 


(1 ) 

r=ro  Z, 

T  =  fo(Z) 

(2) 

r  =  r,  Z, 

T  =  f,(Z) 

M 

(3) 

ro<r  <r,,  Z  =  0, 

T  =  0 

"♦-^ 

11 

(4) 

1- 

/  /  ^  /  /  / 


l-L 


f  /  /  /  /  /  /  /  /  / 


/  X  /  /  /j^ / 


f  /  /  /  /  /  / 
f  /  /  /  /  /  / 


Z  =  0 


FIGURE  1  -   Insulation  Segment  and  Boundary  Conditions 


Because  the  governing  differential  equation,  V^T  =  0    ,   is  linear  (i.e.,  kj^  =  f(T,r,z)) 
the  various  boundary  conditions  were  considered  separately,  the  solution  for  each  then  added 
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to  give  the  required  result.  A  solution  was  developed  for  boundary  conditions  1  and  2  simul- 
taneously and  then  a   solution  for  boundary  condition  4. 


The  solution  of  Laplace's  equation  in  cylindrical  coordinates  for  the  axi - symmetric  case 
is  performed  by  separation  of  variables  with  integration  of  the  resulting  total  differential 
equations.     For  the  case  when  the  boundary  conditions  are  a  function  of  the  axial  coordinate 
(B.C.  1  and  2)  the  general  product  solution  is  in  terms  of  sin  (z)  and  modified  zero  order 
Bessel  functions  of  the  first  and  second  kind,    Iq   (r)  and  Kq  (r).     When  the  boundary  con- 
ditions are  a  function  of  the  radial  coordinate   (B.C.   4)   the  general  product  solution  is  in 
terms  of  the  hyperbolic  function  sinh  (z)  and  zero  order  Bessel  functions  of  the   first  and 
second  kind,   Jq   (r)  and  (r). 

Considering  first  the  analysis  involving  boundary  conditions  1  and  2,    separation  of 
variables  leads  to  the  following  general  solution  of  Laplace's  equation, 


T(r,z)  =[A'lo{Xr)  +  B'Ko(Xr)]  [  C' cos(  Xz)  +  D' sin  (  Xz)  ] 


(2) 


where, 

A',  B',  C',  D'  =  CONSTANTS 

The  T  =  0  boundary  condition  along  the  surface  z  =  0  lead  to  the  requirement  that 

C'  =0 


The  T  =  0  boundary  condition  along  the  surface  z  =  L  lead  to  the  following  eigen-value  re- 
strictions on  the  parameter  X 


Xn=  ""^/l.  n  =  0,1,2, 


Thus  a  particular  solution  of  the  differential  equation  becomes, 


T(r.z)„=  [e:i,(^)  +  F>,(^)]  sin(-^^) 


(3) 


The  constants  in  this  equation  are  now  subscripted  as  and  F^^  since  there  is  a  solution  for 
each  value  of  n. 

In  order  to  satisfy  boundary  conditions  1  and  2  it  is  necessary  to  utilize  an  infinite 
series  solution  of  the  differential  equation  constructed  as  a  linear  combination  of  solutions 
of  the  above  form. 


T(r,z)  =  S  T(r,z)„  (4) 


This  linear  combination  is  also  a  solution  of  the  original  differential  equation.  After  re- 
grouping of  the  constants  in  cylindrical  function  form  the  infinite  series  solution  can  be 
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written  as, 


T(r.z)  ,n(— )  (3) 


where , 


P(^)  =  E'l„(i^).F'Ko(^) 
^n<n.      =  lo  (^)  M^)  -  lo(^)  Ko  (^) 


Substituting  B.C.   1  and  2  in  the  above  equation  and  developing  the  Fourier  coefficient  integral 
conditions  in  the  usual  way  for  this  orthogonal  family   (3)  leads  to  the  following  general 
solution  of  the  differential  equation  meeting  boundary  conditions   1  and  2, 


^^^''^  =  f  Z  T,    ^    i  {Gn(r.r,)  /    f,(z)sin{-!lf^)  dz  +G„(r„r)  /    fo(z)sin  (^)  dz}  (6) 


Considering  now  the  solution  involving  boundary  condition  4,  separation  of  variables  leads 
to  the  following  general   solution  of  Laplace's  equation, 


T(r,z)  =  [  A  Jo{^r^)  +  BYo(/cr)]  [ccosh(«-z)  +  Dsinh(/cz)] 


(7) 


where , 


A,  B,  C,  D,  =  CONSTANTS 


The  T  =  O  boundary  condit ion  along  the  surface  z  =  O  leads  to  the  requirement  that 

C  =0  ' 

Applying  the  boundary  conditions 

r  =  ro,  Z,  T=0 
r  =  r,,  Z,   T  =  0 

and  eliminating  the  constants  A  and  B  from  the  equations  that  result  leads  to  the  following 
condition  which  must  be  fulfilled: 
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Yo(/<ro)  Jo(<r|)-Yo('cr,)  Jo(^ro)  =  0 


(8) 


The  above  condition  is  met  by  an  infinite  number  of  eigenvalues,  Kn  ,  which  are  the 
positive  roots  of  this  equation.      Introducing  cylindrical  function  notation. 


Uo('<n'.  ""oi  n)  =  Jo('^ni'o)  Yq  ( /Cp r,)  -  Jo(/Cnr| )  Yq ( /Cp Tq) 


(9) 


the  eigenvalues,  ,   are  defined  by 


Uol/Cni      r,)  =  0,       n  =  l,2,3,   (lo) 


Thus  a  particular   solution  of  the  differential  equation  becomes 


T(r,z)n=  [A„J„(/c„r)  +  B„Jo(/Cnr)]  [D„sin  h{/c„z)]  (11) 


where  again  the  constants  are  subscripted  to  reflect  the  family  of  solutions  represented  by  the 
eigne values, 

Writing  the  corresponding  infinite  series  solution  and  recasting  the  form  of  the  constants 
leads  to  the  following  representation  for  T(r,z), 

^  R(/Cnr|)[uo(/Cni  roi  r)]  +  R(K-nro)[Uo(K-nj  r;  r,)] 

T(r,z)  =  y   ■  ^   sinh(/c„z)  (12) 

irf  Uo(/<rni  roi  r,) 


where ,  -.  • 

R(ACnr)  =  EnJo(fnr)  +  Fn  Yo(«:n'') 


Substituting  B.C.   4  in  the  above  equation  and  developing  the  Fourier  coefficient  integral  con- 
ditions leads  to  the  general   solution  given  below  in  eq  (13)  as  a  cylindrical  function 
Fourier  series.     The  norm  for  this  class  of  orthogonal  functions  is  found  by  applying 

LoDunel  integral  relations. 


T(r,z) 


-2   ^     K^j2(Knro)Uo('Cni'-ir.)sinh{K„z)    -.r  =  r 


2    2.  "7  \  j        rf2(r)Uo(*c„;r;r,)dr  (13) 

[jo^(<nro)-J?('Cnr.)]sinh(<nL) 
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The  general  solution  of  the  original  differential  equation  meeting  all  the  boundary  con- 
ditions given  in  figure  1  is  simply  the  sum    of  eqs  (6)  and  (13). 


For   this  particular  experimental  arrangement,   boundary  condition  4  is  not  arbitrary.  The 
constraint  on  f2(r)  is  of  a  physical  nature  rather  than  mathematical.      If  fj^(L)  and  f^(L)  are 
the  temperatures  on  the  z  =  L  plane  at  points  r  =  r,      and  r  =         respectively,  then  it  can  be 
easily  shown  that  to  satisfyV  T  =  0  > 


f2{r)  =  fo(LK[f,(L)-fo{L)]ln(^J/ln(^ 


(14) 


Based  on  the  experimental  temperature  distribution  measurements  f^(z)  and  f2^{z)  can  be 
quite  accurately  represented  in  the  form, 


fo(2)  =  To(i-a)+a:T,o  (is) 

f,(Z)=T,(|-CC)  +  CCTL,  (16) 
where ,  CC= 

To=fo(0),  T,o  =  fo(L) 

Tu=f,(L) 

Using  eqs  (14)-(16)  for  explicit  evaluation  of  the  various  Fourier  coefficient  integrals 
leads  to  the  following  equation  for  the  temjserature  distribution  in  the  insulation  segment. 

T(r  z)-        y  ["■JoKro)UoK;r;ro)siN  h(/cnz)  1 

'"(^  4  L  [jo^Kro)- Jo^K  r,)]siN  h{KnL)J 
[{TLoln(-^)(l  +  lnro)-\,ln(ro)}{jo(<nro)-JoKrO}+(TL  -TLo){jo('<nro)lnr,-Jo(Knr,>^ 

f  "(^'o)(^)[T,-Tu(-o"]«„(r,-,r){itj)[To-v(Hr]j 


(17) 


Equation  (1)  is  now  applied  to  determine  the  total  heat  exchange  between  the  composite 
specimen  bar  and  the  insulation.     In  using  this  equation  it  was  assumed  that  the  insulation 
thermal  conductivity ,  K;       ,  was  temperature  and  position  independent.     A  temperature  and 
spatially  dependent  conductivity  could  be  introduced  in  evaluating  the  eq  (1)  integral  al- 
though it  is  important  to  bear  in  mind  that  this  is  still  only  an  approximation  since  the  use 
of  the  condition  V^T=0  implies  temperature  independent  properties. 

The  final  result  of  the  substitution  and  integration  of  eq  (1)  is  as  follows: 
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.nn  r  i-(-i)"- 


Where , 


2  y  ^  JpC^nr,)  rCOSh(/CnL)-l 
roln(lL)|^^"'^"'JoKro)L  '<n 


=  Jo  ( '^n  ro )/ [{jo^  ( n  ro )  -  Jo^(  /Cn  r, )}  S I N  h  ( /CpL)] 

^n-[T,oln(i-){l  +  lnro}-Tu  In  ro][jo(<nro)- JoC'Cnf,)] 
+  (  Tli -Tlo  )  {jo('^n  To)  In  r,  -  Jo( 'Cn  r,)  In  To} 

G^(r,;ri)  =  i,(npi)Ko(^).io(Qpi)K,(nfll) 


(18) 


Alternate  terms  of  the  first   summation  are  zero  due  to  the  factor[|-(-|  )"]hence  only  odd 
values  of  n  need  be  considered.      In  the  second  summation  determination  of  the  eigenvalues, 
/Cp      ,  as  defined  by  eq  (10)  is  necessary.     An  infinite   series  approximation  given  by  Gray  and 
Mathews  (4)  was  applied;   limited  tabulations  are  also  found  in  Jahnke  and  Emde  (5).     The  first 
few  roots  are  given  in  Table  1  for  the  case  where  'C\/'^2,  ~  ^'^^  n>6,  the  roots  are  given 

to  within  0.1%  by  eq  (19), 


(19) 


Table  1  -  Positive  Roftts  of  Uo(  Afni  fo  ;  r,  )  =  0   When  r,  /ro  =  6.0 


f  n 


0.  226 

1 .  233 
1.874 

2.  506 


3.134 
3.764 
4.393 
5.023 
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IBM  7094  evaluation  of  eq  ( l8  ) ,  discussion  of  convergence  characteristics  and  comparison  with  ex- 
perimental heat  loss  measurements  is  given  in  the  next  section. 


3.     Experimental-Analytical  Comparisons 

In  evaluating  the  series  in  eq  (18)   terra  by  term  print  out  of  the  computer  results  was  em- 
ployed to  study  convergence  characteristics.     Hand  calculation  of  several   terms  was  also  run  to 
check  the  computer  results.     The  first  series  was  carried  to  n  =  40.     For  n > 20  the  terms  con- 
tributed no  more  than  0.3%  to  the  sum.     In  the  case  of  the  second  series  the  first  term  in  the 
summation,   represented  by    /c,     ,   varied  between  70%  and  93%  of  the  series   sum.     Subsequent  terms 
alternated  sign  with  decreasing  magnitude,  as  might  be  expected  for  a  series  having  linear 
jQ(Kj,r)  factors.     Terms  through         were  evaluated  to  obtain  a   sum  varying  less  than  1%  with  in- 
clusion of  higher  terms. 

Equation  (18)  requires  values  of  the  thermal   insulation  conductivity.     This  conductivity 
was  not  measured  in  the  inve st iga tion, thus  it  was  necessary  to  estimate  values  from  data  in  the 
literature.     Literature  data  on  alumina  powders  are  reported  for  a  range  of  densities  and  parti- 
cle sizes.     ExtrafKjlation  of  the  data  to  other  ranges  of  density  or  particle  size  is  not 
straightforward  because  of  the  high  radiative  contribution  to  the  total  thermal  conductivity. 
The  data  of  Laubitz   (7)  was  found  to  be  particularly  useful   since  the  solid  conduction  and 
radiation  contributions  to  the  effective  conductivity  were  presented  separately  as  a  function 
of  temperature.     Further,  the  data  were  found  to  be  consistent  with  other  alumina  powder  data 
in  the  same  density  and  particle  size  range  (8,9). 

The  results  of  Laubitz,  measured  in  vacuum,   on  a  powder  with  density  of  1.77  gms/cm^  and 
particle  sizes  in  the  range  300-420         is  given  as  curve   (1)   in  figure  2.     This  particle  size 
range  encompasses  the  average  particle  diameter  of  the  alumina  bubbles  used  here,  d  =  396  fJ. 
The  alumina  bubbles  have  a  lower  density,  however,   the  average  value  being  1.01  gms/cm^.  The 
bubbles  are  hollow  but  since  the  radiative  contribution  is  essentially  size  dependent,  (see 
eq  (2),  ref.  7),  it  was  assumed  that  this  contribution  was  the   same  as  that  inferred  by  Laubitz 
for  material  having  the  same  particle  size  range  as  the  alumina  bubbles  (curve  (2),   fig  2).  The 
solid  conduction  contribution  for  the  alumina  bubbles  was  calculated  by  reducing  that  measured 
by  Laubitz  in  the  ratio  1.01/1.77.     The  estimated  effective  conductivity  for  the  alumina 
bubbles,   found  by  adding  the  conductive  and  radiative  contributions,    is  given  as  curve   (3)  in 
figure  2.     That  this  curve  is  of  the  right  order  of  magnitude  is  demonstrated  by  the  dotted 
curve  in  the  figure.     This  curve  gives  vacuum  environment  conductivity  results  by  Wechsler  and 
Glaser  (lO)for  an  alumina  bubble/graphite  fiber  composite. 

Using  curve  (3),  figure  2,  and  the  exjDerimental  temperature  distribution  data  given  in 
Table  2,  eq  (18)  was  evaluated. 


Table  2.      Insulation  Segment  Temperature  Distribution  Data 


Data  Point 

Tli(°C) 

Ti(°C) 

Tlo(°C) 

To(°C) 

Ti(°C) 

Iff  deg 

1 

105.2 

44.6 

74.0 

28.1 

74.9 

0.0115 

2 

145.0 

55.3 

120.  5 

43.9 

100.2 

0.0144 

3 

363.9 

181.9 

397.7 

73.9 

272.9 

0.0259 

4 

437.4 

216.2 

502.2 

80.6 

326.8 

0.0302 

5 

479.0 

237.2 

510.0 

86.7 

358.1 

0.0332 

6 

531.3 

257.2 

522.  2 

90.0 

394.3 

0.0374 

7 

571.1 

264.7 

657.2 

86.7 

418.0 

0.0418 

8 

651.3 

278.  5 

836.  5 

45.6 

461 .8 

0.0475 

9 

7?3.0 

282.9 

1042. 5 

15.6 

503.  2 

0.0548 

The  comparison  between  the  experimental  heat  loss  measurements  and  those  predicted  by 
eq  (18)  are  presented  in  Table  3  as  percentages  of  the  average  heat  flux  in  the  specimen  column. 
Positive  values  represent  heat  flow  from  the  specimens  into  the  insulation.      If  (Tg^^j^j  is  the 
mid-point  temperature  of  the  beryllium  oxide  specimen  and  Tg^g,-^  is  the  guard  heater  temperature 
at  the  same  axial  position,  then  (Tg^ar<3/ C^BeO  )m~-'- )■'■*-"-'  percentage  by  which  the  guard 

temp>erature  exceeds  that  of  the  BeO  sF>ecimen;   this  quantity  will  be  termed  the  guard  mismatch. 
For  data  pxjints  4-6,  the  mean  temperature  of  the  BeO  was  held  approximately  constant  while  the 
guard  mismatch  varied  from  8  to  23%.     As  seen  in  Table  3  the  heat  exchange  between  specimen 
column  and  insulation  varied  only  1.3%  as  observed  experimentally  and  2.9%  according  to  the 
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analytical  prediction.     Thus  thermal  guarding  of  the  specimen  column  does  have  an  effect  on  the 
heat  flowing  in  the  column  but  the  effect  is  not  of  high  sensitivity.     The  experimental  con- 
ductivity data  was  obtained  with  guard  mismatching  ranging  from  +23%  to  -11%.     Across   this  wide 
range  the  average  heat  exchange  between  insulation  and  specimen  column  was  4.7%. 


Table  3.     Experimental-Analytical  Heat  Exchange  Values 


Data  Point 

Average  Heat 
the  Specimen 

Flux  in 
Column(W ) 

Predicted  Value 

Experimental  Value 

1 

11.0 

2.6% 

5.  4% 

2 

18.4 

2.8 

6.4 

3 

56.6 

7.1 

5.5 

4 

67.6 

9.0 

5.  4 

5 

67.  5 

10.0 

5.  4 

6 

67.2 

11.9 

4.1 

7 

81.0 

14.0 

4.0 

8 

103.8 

16.8 

-1.1 

9 

130.0 

19.  7 

-5.5 

It  is  important  to  note  that  there  is  some  uncertainty  in  the  experimental  heat  exchange 
values.     For  data  points.  4  and  above  these  exchange  values  are  obtained  by  taking  the  difference 
between  large  heat  flux  values,  hence  uncertainty  in  these  fluxes  greatly  accentuates  un- 
certainties in  the  heat  exchange  values.     For  low  temperature  data  points  the  principal  un- 
certainty in  the  heat  exchange  values  is  the  error  in  the  temperature  gradient  determinations  in 
the  meter  bars  above  and  below  the  BeO  specimen.     This  uncertainty  is  particularly  important 
here  where  the  overall  temperature  drops  in  the  meter  bars  are  relatively  low. 

The  change  in  sign  of  the  experimental  heat  exchange  values  for  the  higher  temperature  data 
points  are  internally  consistent.     That  is,  in  those  cases  where  the  exchange  is  positive  (heat 
flow  into  the  insulation),  the  thermocouples  on  the   specimen  surface  give  lower  readings  than 
those  in  the  same  plane  at  the  specimen  centerline.     When  the  experimentally  observed  heat  ex- 
change values  change  sign,   the  surface  thermocouples  are  found  to  read  higher  than  the  corres- 
ponding centerline  couples. 

Now  comparing  the  exfjerimental  heat  exchange  values  with  the  analytical  predictions,  based 
on  the  uncertainties  in  the  exp>erimental  values  discussed  above,  the  predictions  are  consistent 
at  least  through  data  point  7. 

The  last  two  data  point  comparisons  in  Table   3  require  further  elaboration.     Examining  the 
experimental  thermocouple  data,   there  is  an  uncertainty  of  the  gradient  in  the  meter  bars  of 
3.1%.     In  the  cases  where  the  measured  heat  exchange  is  near  zero  and  going  negative  this  un- 
certainty in  the  meter  bar  gradient  introduces  a  particularly  large  uncertainty  in  the  heat  ex- 
change value.     The  range  for  data  point  8  is  from  -1.1%  to  +2.8%  while  for  data  point  9  it  is 
from  -5.5%  to  -2.2%.     Further,   the  magnitude  of  the  heat  exchange  is  large  here  compared  with 
the  low  temperature  cases.     For  data  points  8  and  9  this  radial  flux  is  from  10  to  12  times  that 
for  data  point  1.     For  these  higher  temperature  data  points,   the  comparatively  high  radial 
fluxes  introduce  the  possibility  of  significant  temperature  drops  at  the  specimen-insulation 
interfaces  and  the  insulation-guard  heater  interface.     These  temperature  discontinuities  result 
from  the  contact  resistance  associated  with  the  interfaces  and  become  significant  when  the  radial 
flux  is  large.     Assuming  a  conservatively  high  interface  thermal  contact  conductance  of 
20  BTU/hr-f t^-°F,  the  interfacial  temperature  drop  is  at  least  20OF  for  the  last  two  data  points 
in  Table  3.     This  factor  is  significant  with  resfject  to  the  analytical  predictions  because  the 
temjDerature  distributions  used  in  evaluating  eq  (18)  were  not  measured  directly  in  the  insulation 
but  in  the  sp)ecimen  column  and  the  guard  heater  ring.     This  is  certainly  one  of  the  largest 
factors  in  the  disagreement  between  the  heat  exchange  values  for  the  high  temperature  data  points. 

In  general  the  heat  exchange  predictions  are  of  the  right  magnitude.     However,  it  is 
apparent  that  to  provide  a  more  rigorous  test  of  heat  exchange  predictions  it  would  be  necessary 
to  conduct  extensive  measurements  with  that  specific  aim  in  mind.     Such  measurements  would  be 
most  difficult  to  jjerform  due  to  the  necessity  of  accurately  measuring  temperatures  directly  in 
the  low  density  insulation  material. 


205 


I 


TEMPERATURE.  °C 


100 


1.2 


.0  - 


°°  Q8 

> 

H-  0.6  h 
o 

O 

z 
o 
<_) 

0  41- 

< 

q: 

UJ 

I 

1-  0.2 


200 


200 

300 

400 

500 

I 

CURVE 

1 

DENSITY 
(gm/cm') 

1 

PARTICLE  SIZE 

(/X) 

REF. 

® 

1.77 

300-420 

7 

(D 

1.77 

300-420 

7 

(D 

I.OI 

396 

0.98 

250-300 

10 

600 

— I — 


700 


800 


900 


400 


600 


1200 


1400 


1600 


0.16 


0.12 


008 


cn 
(1) 

( 

e 

> 

> 

^- 
<_) 
r> 

Q 

O 
O 

< 

q: 
ijj 

X 


0.04 


800  1000 

TEMPERATURE,  "F 
FIGURE  2  -  Thermal  Insulation  Conductivity  Comparisons 

4.  Nomenclature 

Because  the  final  write-up  for  this  pajaer  was  completed  before  the  information  on  units  and 
nomenclature  was  available,   the  symbols  are  not  entirely  consistent  with  those  of  the  Proceed- 
ings.    The  following  listing  gives  symbol  designations  unique  to  this  paper. 


q 


Thermal  Conductivity 
Eigenvalue  Parameters 
Heat  Flux 
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Application  of  Neutron  Diffusion 
Theory  Techniques  to  Solution  of 
the  Conduction  Equation 
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Santa  Monica,  California 


Computer  codes  for  neutronic  analysis  of  nuclear  reactor  cores  have  developed 
in  parallel  with,  and  sometimes  spurred  the  development  of,  improved  electronic 
computers.     While  this  large  effort  has  yielded  spectacular  increases  in  the  effi- 
ciency with  which  the  neutron  diffusion  equation  can  be  solved,  the  diffusion  of 
these  techniques  into  heat  conduction  codes  has  not  continued  apace.     This  paper 
reports  on  the  application  to  the  conduction  equation  of  techniques  commonly  used 
to  solve  Poisson's  equation  for  neutron  diffusion  in  one  and  two  dimensions. 
Specifically,  a  non-iterative  solution  to  the  one-dimensional  steady  state  equa- 
tion is  described,  as  well  as  comparisons  of  the  Liebman,  Aitken  and  Young-Frankel 
methods  as  applied  to  two-dimensional  problems. 
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Conduction  from  a  Finite-Size  Moving 
Heat  Source  Applied  to  Radioisotope 
Capsule  Self-Burial^ 


2 

C.  R.  Easton 


Nuclear  Technology  and  Subsystems 
Research  and  Development 
Missile  and  Space  Systems  Division 
Douglas  Aircraft  Company 
Santa  I4onica,  California  90^1-05 


The  re-entry  of  a  radioisotope  heat  source  and  its  impact  on  the  Earth's  surface 
may  result  in  burial  of  the  source  in  soil.    Internal  heat  generation  may  increase 
the  temperature  of  the  capsule  and  the  surrounding  soil  enough  to  melt  the  soil  and 
initiate  capsule  self-biurial.    Analytical  studies  of  heat  conduction  from  a  finite, 
moving  heat  soijrce  were  conducted  to  detemine  the  conditions  under  which  self -burial 
occxors.  the  magnitude  of  self -burial  velocity,  and  the  parameters  important  to  self- 
burial'.    Configvirations  studied  were  a  point  sotirce,  a  constant-temperature  spherical- 
shell  soTirce,  and  a  finite-line  source.    For  one  typical  case,  self -burial  was 
initiated  at  a  capsule  power  density  of  2.2  x  10-°  W/m3.    The  self -burial  velocities 
were  on  the  order  of  10"5  m/s  or  less.    The  dimensionless  groups  found  to  control 
self -burial  are 

/Velocity  *  capsule  i-adiusx 
V  2  *  thermal  diffusivity  / 

 Heat  source  strength  \ 


*  radius  *  thermal  conductivity  *  soil-melting  temperature/ 

and,  for  the  cylindrical  capsules,  the  length-to-diameter  ratio. 

Key  Words:    Analytical,  cylindrical,  finite,  heat  conduction,  heat  source, 
moving  source,  radioisotope,  self -burial,  spherical. 

1.    'Problem  Statement 

The  application  of  radioisotope  heat  sources  to  electric-power  systems  used  in  space  vehicles  poses 
a  safety  problem  because  random  re-entry  and  impact  on  the  Earth's  surface  may  occur.    A  heat  source 
designed  to  re-enter  intact  possesses  terminal  velocities  high  enough  to  result  in  impact  burial  for 
some  soil  conditions  and  capsule  designs.    The  power-systems  of  many  capsules  have  a  sufficiently  high 
power  density  to  melt  the  surrounding  soil  if  they  are  partially  or  totally  buried.    If  the  capsule  is 
denser  than  the  soil,  which  is  usually  the  case,  it  will  sink  through  the  molten  soil  and  bury  itself. 

The  answers  to  questions  concerning  recovery,  possible  contamination  of  underground  water,  and  self 
burial  as  a  passive  disposal  mechanism  depend  on  an  understanding  of  the  initiation  and  rate  of  self- 
burial.    Finally,  to  design  for  or  against  self -burial,  one  needs  to  know  what  parameters  and 
dimensionless  groupings  affect  self -burial  and  how. 

An  analytical  solution  to  self -burial  wi.ll  clarify  these  problems .    The  solution  involves  the  treat 
ment  of  a  finite-size,  moving  heat  source.    The  assxxmptions  necessary  for  this  solution  degrade  its 
accuracy,  but  the  speed  and  ease  of  obtaining  answers  and  the  understanding  achieved  more  than  compensat 


''■  Credit:    This  work  was  conducted  by  the  DoToglas  Missiles  and  Space  Systems  Division  under 
Independent  Research  and  Development  Account  No.  813II-OO6. 
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for  this  shortcoming.    One  necessary  assumption  is  that  the  soil  has  constant  thermal  properties.  This 
assumption  linearizes  the  governing  differential  equations  to  make  a  solution  possible.    It  is  also 
assumed  that  the  temperature  field  sxirrounding  the  capsule  as  seen  from  the  capsule  is  steady.  This 
assumption  implies  an  infinite,  homogeneoxis  medium  with  constant  self -burial  velocity.    Temperat\u"e  falls 
rapidly  to  the  front  and  sides  of  the  capsule,  making  it  reasonable  to  assume  a  homogeneous  medium.  Data 
of  Jeff ers  and  Baker  [1]  3  show  transient  times  of  about  h  hours  for  a  constant-power  electric  heater 
buried  in  soil.    The  self -burial  velocities  reported  here  are  of  the  order  of  10"5  m/s  or  less.  The 
capsule  can  move  through  the  region  of  important  temperature  effects  in  about  the  same  time  it  takes  to 
initiate  motion.    Hence,  the  portion  of  the  transient  during  which  motion  of  the  capsvile  occurs  should 
be  small,  compared  to  the  portion  which  initiates  motion.    It  is  then  reasonable  to  consider  only  steady 
motion  of  the  capsule. 

Observing  the  capsule  from  a  distance,  one  would  see  a  monopole  (caused  by  the  internal  heat  genera- 
tion) and  superimposed  dipoles  (caused  by  the  melting  and  refreezing  of  the  soil  and  by  the  distributed 
source).    The  strength  of  the  melting-freezing  dipole  is  sharply  reduced  because  the  high  thermal  con- 
ductivity of  the  capsule  insJtes  it  nearly  a  thermal  short  circuit  for  the  dipole.    The  opposite  effect 
applies  to  the  distributed  source  dipole.    One  can  normally  neglect  dipole  effects  in  the  presence  of  a 
monopole.     Such  an  assumption  will  be  shown  invalid  for  the  present  case  because  of  the  inhomogeneity 
caused  by  the  capsule  in  the  soil  medium.    It  will  be  ass\imed  instead  that  the  high  thermal  conductivity 
of  the  capsule  dominates  all  multipole  effects.    Additional  discussion  of  this  assumption  is  presented 
with  the  analysis  of  a  monopole  heat  source. 

The  problem  then  becomes  that  of  solving  for  the  motion  of  a  finite  heat  soijrce  in  an  Infinite, 
homogeneous  medium  of  constant  properties.    The  motion  is  to  be  along  a  straight  line  and  such  that  the 
temperature  at  a  fixed  distance  in  front  of  the  capsule  center  is  a  specified  constant,  i.e.,  the  soil 
melting  temperature. 


2.    Basic  Equations 

The  development  of  the  basic  differential  equation  for  a  moving  heat  source  is  a  textbook  problem 
discussed  by  Eckert  and  Drake  [2]  and  others.    The  transient  heat  conduction  equation. 


is  the  starting  point.    In  eq  (l),  T  is  the  temperature  excess  over  the  surroundings,  t  is  the  time,  a  is 
the  thermal  diffusivity,  and  v2  is  the  Laplacian  operator.    The  motion  is  assumed  to  be  in  the 
X  direction.  Placing 

^   =    X  -  Ut  (2) 

transforms  eq  (l)  to  coordinates  moving  with  the  source,  if  U  is  the  speed  of  the  source.  Considering 
steady  state  only,  the  transformed  equation  is 

2 

where         is  the  Laplacian  opei^tor  in  the  new  coordinates.    Equation  (3)  has  a  solution  of  the  form 

T    =    e  ^"fii,  y,  z)  ,  (If) 

where  f  satisfies 


Equation  (5)  is  the  basic  differential  equation  for  this  study. 


Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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2.1.    Solution  for  a  Monopole 


For  a  monopole,  f  has  no  angular  dependence.  The  solution  follows  the  Eckert  and  Drake  concept.  In 
spherical  coordinates,  eq  (5)  becomes, 


d  f  _^  2  df        /  U 

^2      r  dr 
dr 


f    =  0 


(6) 


This  equation  has  a  general  solution  of  the  form 


Ur 
2q 

C^e      +  C^e 


Ur 
'20- 


(7) 


Substituting  from  eq  (t)  into  eq  {h)  gives 


Ur' 
~2a 


(8) 


Boundary  conditions  are 


r^a>,  T— 0 


kvr  k  ; 


(9) 


where 

Q    =    Heat  source  strength 
k    =    Soil  thermal  conductivity 
The  first  boundary  condition  gives  C-^  =  0,  while  the  second  gives 


C  - 


(10) 


since  r  =  0  implies  |  =  0. 

The  solution  for  temperature  is 


ij-TTkr 


(11) 


For  a  capsule  of  radius,  r^,  the  temperature  at  ^  =  r  =  rQ  is  l-^^,  the  soil  melting  temperature.  The 
self -burial  speed  is  found  by  solving  eq  (ll)  for  U  with  the  above  conditions  applied 


o         \      o  m/ 


>  ij-irr  kT 
o  m 


<  Ifur  kT 
o  m 


(12) 
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The  maximum  heat-source  strength  that  will  not  cause  self -burial  is  given  by 


A  value  of  self-biorial  speed  can  be  calculated  by  assuming  the  following  parameters: 

Soil  density    =    1,600  kg/n?      -i  -i 
Soil  specific  hea,t    =    8^+0  J  kg  deg 
Soil  conductivity    =    0.35  W  ^''^  deg"-'- 
Source  strength    =    kOO  W 

Soil  melting  temperature    =    1^330  deg  K   above  ambient 
Capsule  radius    =    0.025  m 

The  self-bxarial  speed  for  these  values  is 

U    =    1.1  X  lO"^  m/s  .  '  {ik) 

The  maximum  value  of  heat-source  strength,  Qj^,  which  will  not  cause  self -burial  is  150  W.    The  tem- 
perature difference  between  the  bottom  and  the  top  of  the  capsule,  T,  is  approximately  equal  to  2,200  deg. 
Such  a  large  temperature  difference  could  clearly  not  be  tolerated  by  a  real  capsule.    However,  conduc- 
tion through  the  capsule  should  substantially  reduce  this  temperature  difference. 

An  estimate  of  the  true  temperature  difference  can  be  easily  formed  using  the  following  idealiza- 
tions:   (l)  conduction  takes  place  in  the  cladding  only,  (2)  all  internally  generated  heat  is  delivered 
uniformly  to  the  cladding,  (3)  all  heat  transferred  to  the  soil  is  transferred  uniformly  over  the  lower 
hemisphere,  and  {k)  all  heat  liberated  by  freezing  is  transferred  uniformly  to  the  upper  hemisphere  to 
be  conducted  to  the  lower  hemisphere. 

These  assumptions  result  in  the  differential  equation, 


de 

where 


,  2 
4-nr 

o 


c 


P    U  Q 

+  -^--  ,  (16) 


and  6  is  the  polar  angle,  b  is  the  cladding  thickness,  k^  is  the  cladding  thermal  conductivity,  Pg  is 
the  soil  density,  and  Qf  is  the  soil  heat -of -fusion. 

Equation  (15)  is  integrated  separately  for  the  upper  and  lower  regions  with  boundary  and  matching 
conditions . 


9T 

ae 


=  0 

e=o,  TT 


(f )  =  \  © 


(0)  =  T^ 


(17) 
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Integrating  and  applying  conditions  of  eq  (l?)  gives, 


2 

r 

o 


T„        =  {q^  in  (2)  +  Q.^  ^    [<^ri  (sin  6)  -  C        (cscG    -  cot  6)]}         ,  (l8) 


'  c 


where  C  =  +1  for  the  lower  half  and  -1  for  the  upper  half. 
Solving  for  the  temperature  difference  gives. 


2  en(2)r  ^      /  UQ. 
AT    =    T    (.)  -        (0)    =   ^  +  .  (19) 


u  ^   '        I  '   '  bk  I  I,  2 

c  \  ^■^Tr 

o 


Using  the  previous  values  plus 


k^    =    52.5  W  m"'''  deg"''" 


b    =    0.0051  m  , 

the  estimated  temperature  difference  is 

AT   =  170  +  2.5  X  10"^       deg      .  (20) 

The  heat-of -fusion  will  vary  for  different  soils  but  should  always  be  less  than  2.3  10^  J/kg. 
Eqiiation  (20)  then  shows  two  important  results.    First,  the  true  capsule  is  much  closer  to  an  isothermal 
finite  source  than  to  a  monopole.    Second,  the  dipole  effect  of  melting  and  freezing  of  the  soil  is  of 
much  less  importance  than  the  dipole  effect  of  the  distributed  source.  .  . 

2.2.     Solution  for  an  Isothermal  Sphere  ' 

An  isothermal  sphere  is  a  relatively  easy  solution  to  form  and  it  should  closely  approximate  the 
behavior  of  a  real  capsule.    Equation  (5)  is  still  appropriate. 


This  equation  yields  to  separation  of  variables  and  gives,  for  a  particular  solution, 
-Arx 


T  =  e 
P 


[C3  ip  (Ar)  +       kp  (Ar)]     |^C^        (x)  +  Cg        (x)]  ,  (21) 


where  the  C's  are  arbitrary  constants,  ip  and  kp  are  spherical  hyperbolic  Bessel's  functions,  Pp  and  Qp 
are  Legendre  polynominals,  and 


^    =  2a 


cos  6 
U 


(22) 


Appropriate  boundary  conditions  are  that  T  be  finite  everywhere  outside  the  capsule  and  constant  on 
the  surface  of  the  capsule.    The  first  condition  forces  Co  to  be  zero,  and  no  gain  in  generality  results 
frcm  retaining  the  Qp  with  polar  syrametzy.    A  summation  of  particular  solutions  is  required  to  meet,  the 
second  boundary  condition. 


00 

^     C^e-^^  k    (Ar)  P    (x)  .  (23) 

p:=0  '  y  y 
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Applying  the  second  boundary  condition  to  eg  (23)  gives 


where 


p=o 


(21+) 


G  (n) 
p 


[I] 


;(p  - 


1  Tl-  1 


t=0 


t=o 


The  most  desirable  form  of  eq_  {ik)  is  that  which  relates  the  internal  heat  generation  to  the  self- 
burial  speed.    This  form  is  obtained  by  setting  the  surface  integral  of  the  normal  derivative  of  eq  (2^4-) 
equal  to  the  heat-generation  rate  divided  by  conductivity.     The  resultant  equation  is 


=    TTr  kT 

o  m 


£    (-l)P  (2p  +  1) 


p=o 


'^o  Vl  (^o) 
 kl  (ArJ      -  P 


(Ar  ) 
P  o' 


(25) 


For  A  =  0,  eq  (25)  reduces  to  eq  (13). 

The  dimensionless  forms  of  eqs  (l2)  and  (25)  are  found  by  setting 

Z    =  Ar 


2TTr    kT  Q 
o      m  th 


(26) 


The  variable,  Z,  can  be  considered  to  be  a  ratio  of  a  characteristic  dimension  to  a  wave  length  of  the 
disturbance  caused  by  motion  of  the  source. 

Equations  (l2)  and  (25),  in  dimensionless  form,  are 


{in  q)/2,   q  >  1 
0      ,  q  i  1 


(27) 


^  /Zk      (Z)  \ 

p=o  \    P  / 


(28) 


These  equations  are  shown  graphically  in  figure  1.    The  two  equations  show  different  magnitudes  and 
fvinctlonal  forms.    Also  shown  is  an  estimate  of  the  self -burial  speed  of  a  real  capsule.    To  form  this 
estimate,  it  is  assumed  that  the  difference  between  the  monopole  and  the  isothermal  sphere  is  caused  by 
the  unrestrained  temperature  away  from  the  forward  stagnation  point  of  the  monopole.    The  heat  carried 
away  by  the  excess  of  temperature  can  be  estimated  by 


Za    /  nZ  _ 
—Q-  (e      -  1) 


(29) 
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where  a  is  a  multiplier  on  the  capsule  radius  representing  the  effective  radius  of  excess  heating,  and 
n  is  a  number  representing  the  average  excess  temperature.    At  the  capsule  surface,  n  has  a  range  from 
1  to  2.    Assuming  n  =  1.5,  a  can  be  calculated  from  the  data  of  figure  1.    The  variation  of  a  with  Z  is 
shown  in  figure  2.    The  dashed  curve  in  figure  2  is  from  the  family 

a    =    1  +1"  ,  (30) 

which  we  might  expect  a  to  follow,  analogous  to  Mach  waves  in  supersonic  flow. 

It  is  appropriate  to  choose  n  =  0.2k  to  estimate  the  self -burial  speed  of  a  real  capsule,  as  this 
value  gives  the  appropriate  temperature  difference  across  the  capsule.    This  value  of  n  should  be  an 
upper  limit  since  the  temperature  excess  is  a  high  estimate.    The  deviation  from  the  isothermal  sphere  is 
not  negligible,  but  the  error  in  estimating  the  self -burial  velocity  of  the  real  spherical  capsule  is 
felt  to  be  small. 

There  is  no  need  to  pursue  spherical  models  further.    It  is  more  desirable  to  consider  cylindrical 
models  because  these  better  approximate  real  capsules. 

2.3.     Solution  of  Finite  Cylinder  Capsules 

The  model  chosen  for  analysis  of  cylindrical  capsixLes  is  a  finite-line  integral  of  monopole  heat 
sources.    The  capsule  is  assumed  to  have  its  axis  horizontal.    Figure  3  shows  the  manner  in  which  eq  (ll) 
is  used  as  an  integrating  kernel  for  the  model.    In  dimensionless  form,  the  line  integral  is 


kirr    kT  /        -Z(l  +  /l  +  n^) 


2 


where  i  is  the  capsule  L/D  and  the  other  variables  are  as  previously  defined.  The  relationship  between 
heat  flux  and  self -burial  velocity  is 


QJL 


kirv  kT 
o  m 


(32) 


Equation  (32)  can  be  integrated  for  the  limiting  case  of  zero  self-biarial  velocity.    The  result  is 

•  '  .  :    •  (33) 


"  log^  [i + yrr?"] 


The  limiting  case  of  infinite  L/D  is  found  from  eq  (5)  solved  in  cylindrical  coordinates.  The  solu- 
tion is  similar,  except  that  hyperbolic  Bessel's  functions  appear  in  lieu  of  exponentials.    The  result  is 


Z 

K  ^(Z) 
o  ^  ' 


{3h) 


There  is  no  minimum  value  of  q  for  the  infinite  cylinder,  analogous  to  Q^.  The  fallacy  of  assuming  an 
infinite  cylinder  is  thus  underscored. 

The  general  case  of  eq  (32)  mnist  be  integrated  numerically.    The  result  is  given  in  figure  k,  with 
the  zero  line  calculated  from  eq  (33)  and  the  asymptotic  limit  from  eq  (3^)-    Only  for  large  self-bxirial 
speed  does  the  heat-source  strength  approach  the  asymptotic  limit  by  an  L/D  of  20.    The  finite  length  of 
a  real  capsule  will  be  an  Important  consideration. 

The  solution  for  the  case  of  a  finite,  isothermal  cylinder  is  very  difficult.  It  would  probably  be 
as  easy  to  develop  a  generalized  computer  program  to  solve  the  problem  with  capsule  internal  conduction, 
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melting  and  freezing,  and  variable  thermal  properties  as  it  would  be  to  solve  the  case  of  the  isothermal 
cylinder.    This  coiirse  is  recommended  should  further  pursuit  of  this  subject  prove  warranted. 


The  correlation  between  the  monopole  and  the  isothermal  sphere  can  be  used  to  estimate  the  behavior 
of  an  isothermal  cylinder.    The  value  of  n  should  be  somewhat  larger  for  a  cylinder  than  for  a  sphere. 
Assuming  n  =  1.6,  the  equation  for  the  excess  source  is 

%    =  •  (35) 

Figure  5  shows  the  line  source  and  estimated  isothermal  cylinder  for  a  capsule  l/d  of  12.  The 
deviation  of  the  line-sovirce  model  from  the  isothermal-cylinder  model  is  estimated  to  be  much  less 
important  than  for  the  comparable  spherical  cases.    This  result  can  be  attributed  to  the  smaller  relative 
area  encompassed  by  the  dimension  r^a  in  the  case  of  the  cylinder.    Although  the  excess  of  temperature 
is  the  same  for  both  cases,  the  mass  of  soil  involved  is  much  less  for  the  cylinder,  therefore  the 
excess  of  heat  removed  is  much  less . 

3^  Conclusions 

Self -burial  is  a  real  possibility  for  a  radioisotope  capsule  on  the  ground.  The  maximum  heat-source 
strength  which  will  not  bury  itself  after  an  initial  burial  is  easily  shown  to  be 


i^TTr  k  T  (36) 
o      m  \j  / 


1+TTLk  T 
m 


[2  +  /TTT^] 


(37) 


logg 


for  the  spherical  and  cylindrical  capsules,  respectively.    Expressions  for  the  relationship  between  heat- 
source  strength  and  self -burial  speed  were  derived  for  idealized  conditions.    The  solutions  were 
demonstrated  to  be  reasonably  accurate  within  the  limitations  of  steady-state,  homogeneous  medium  and 
constant  properties. 

It  is  recommended  that  the  capsule  designer  study  the  effect  of  self -burial  on  capsule  design  from 
the  standpoint  of  passive  disposal,  potential  hazards,  and  recovery.    If  designing  for  self -burial  is 
desirable  and  practical,  a  computer  program  should  be  developed  to  solve  the  general  equations  and 
provide  design  data. 
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Figure  3.     Continuous-line-source  model  of  cylindrical  capsule. 
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Figure  h.     Effect  of  capsule  length-to-diameter 

ratio  on  heat-source  strength  per  unit. 
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Temperatures  in  a  material  with  temperature-dependent  properties  were  cal- 
culated by  finite  difference  methods.    The  calculated  values  were  analyzed  for  harmonic 
content  and  used  with  the  solution  to  the  linear  form  of  the  heat  conduction  equations  to 
determine  the  mean  value  of  thermal  diffusivity.    Errors  in  determining  the  mean  pro- 
perties were  calculated  and  the  distortion  produced  by  the  temperature  dependence  was 
tabulated.    Distortion  of  the  temperature  waves  in  the  material  places  limitations  on  the 
use  of  the  method  for  moist  materials.    The  main  harmonic  content  was  found  to  have 
little  distortion  so  long  as  only  odd  harmonics  were  present  in  the  boundary  conditions. 
Accuracy  of  the  method  was  established  for  the  configuration  and  range  of  parameters 
anticipated  for  moist  building  materials.  ^ 

Key  Words:    Dry  materials,   infinite  slabs,  moist  materials,  periodic  heat  flow, 
temperature  dependence,  thermal  conductivity,  thermal  diffusivity. 


1,  Introduction 

Water  migrates  when  a  temperature  gradient  is  applied  to  a  moist  porous  material.    This  fact 
has  to  be  borne  in  mind  when  designing  experiments  to  measure  the  thermal  properties  of  moist 
materials.    The  movement  of  moisture  contributes  to  the  heat  transfer  and  it  makes  the  apparent 
thermal  properties  quite  dependent  on  the  temperature  and  moisture  content  of  the  sample.    It  also 
causes  the  moisture  distribution  through  the  sample  to  change  during  the  course  of  an  experiment 
making  it  difficult  to  say  what  moisture  content  and  temperature  correspond  to  the  measured  con- 
ductivity or  diffusivity.    This  problem  is  alleviated  by  using  steady  periodic  boundary  conditions 
because  this  makes  the  time  average  condition  of  the  sample  constant. 

The  Angstrom  method  has  been  used,  therefore,  to  measure  the  thermal  diffusivity  of  moist 
materials  (1,  2),^  but  it  has  never  been  established  that  the  method  gives  true  mean  values,  even  for 
"dry"  materials,  when  the  thermal  properties  are  temperature  dependent.    The  objective  of  this  study 
was  to  determine  the  magnitude  of  the  errors  that  might  occur  when  the  Angstrom  method  was  used 
to  measure  the  thermal  diffusivity  of  materials  that  contain  moisture. 

2.    Method  of  Determining  Errors 

The  error  inherent  in  the  Angstrom  method  was  checked  in  the  following  way:    (i)   the  tempera- 
tures atdifferent  locations  through  a  sample  were  calculated  for  steady  periodic  boundary  conditions 
assuming  that  the  thermal  properties  of  the  sample  varied  in  a  particular  way  with  variations  of 
temperature;  (ii)  the  calculated  temperatures  were  used  to  compute  a  mean  value  of  thermal  dif- 
fusivity just  as  if  they  had  been  obtained  by  experiment;  and  (iii)  the  resulting  "experimental"  value  of 
diffusivity  was  compared  with  the  "correct"  mean  value,   i.  e.  the  mean  of  the  values  used  in  the 


Figures  in  parentheses  indicate  the  literature  references  at  the  end  of  this  paper. 
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original  calculations;  the  difference  was  the  error  inherent  in  the  method  of  calculating  a  mean  value 
from  experimental  results. 

The  initial  calculations  were  made  using  the  finite  difference  equations  given  in  Appendix  I.  This 
numerical  approach  was  used  because  no  exact  analytical  solution  was  known  that  would  permit  the 
simulation  of  an  experimental  set-up:    quasi-linear  approximate  methods  were  tried  but  there  was  no 
sure  way  of  knowing  when  the  calculated  results  began  to  have  a  non-negligible  error.    The  purely 
numerical  results  could  be  made  as  accurate  as  required  by  using  finer  increments  in  space  and  time 
and  the  accuracy  could  be  checked  by  comparing  results  for  successively  smaller  increments.  This 
study  indicated  that  there  is  an  optimum  value  of  the  inverse  Fourier  number,   1/Fq  -  (Ax)^/aAt,  at 
about  6  where  "a"  is  the  thermal  diffusivity.    Values  of  Ax  and  At  were  selected,  therefore,   so  as  to 
make  this  parameter  close  to  six  when  "a"  was  at  its  mean  value.    This  also  ensured  that  the  finite 
difference  expressions  remained  stable  since  the  stability  limit  is  \/F^>  2;  in  no  case  did  "a"  vary  by 
as  much  as  a  factor  of  3  from  its  mean  value. 

The  results  of  the  finite  difference  calculations  were  first  analyzed  to  determine  the  mean  value 
and  the  amplitude  and  phase  of  the  main  harmonic  of  the  temperature  at  those  locations  where  temper- 
atures would  normally  be  measured.    The  main  harmonic  component  of  each  of  these  temperatures  was 
then  used  to  calculate  the  experimental  value  of  "a,  "    The  formulas  used  for  this  computation  are  given 
in  Appendix  II.    These  equations  are  based  on  the  premise  that  the  thermal  properties  of  the  sample 
are  independent  of  temperature;  it  is  this  simplifying  assumption  that  causes  an  error  in  the  calculated 
value  of  diffusivity. 

The  errors  associated  with  all  the  n\imerical  calculations  were  determined  by  comparing  the 
"experimental"  results  with  the  "correct"  values  for  a  case  where  there  was  no  variation  of  the  pro- 
perties with  temperature.    This  showed  that  the  error  was  less  than  0.  003  per  cent. 

3.    Scope  of  Study 

The  initial  study  was  limited  to  problems  subject  to  the  three  following  conditions: 

(i)  two  identical,   two-dimensional  slabs 

(ii)  properties  varying  linearly  with  temperature 

\    =    \     (1  +ae);  dc    ^    dc  (1+36) 
o  o   *  ' 

where  d  is  density,  a  and  0  are  the  temperature  coefficients,         and  dcg  are  the  mean  values; 

(iii)  boundary  conditions 

1.6,     =     E,  sin  wt  and  9^     -  sin  fwt  +  A  ^ 

II  2  2  o 

where   w   -    Zn /p,   circular  frequency,  A^  is  a  phase  shift,    p  is  the  period 
or 

2.    Square  waves;  +  E,  and  +  E  ;  A      =    0    or  180°. 
-      1  2  o 

The  range  of  the  variables  investigated  was: 

a   =    2.  6  X  lO'^m'^/s  and  2.  6  X  lO""^  m^/s  (0.  001  and  0.  01  ft^/hr) 

E^  and  E^   ^    2.8  to  28  C  (5  to  50  F) 

p   =    7.  2  X  10^  to  3.  6  X  lo"^  sec  (0.  2  to  10  hr) 

a  and  3  =    -0.  036  to  +0.  036  deg  c"'^  (-0.  02  to  +0.  02  deg  f"^) 
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The  boundary  conditions  were  selected  so  as  to  have  no  even  harmonics.  A  quasi-linear  analysis, 
to  be  published  later,   showed  that  this  type  of  boundary  condition  should  produce  the  best  results. 

4.  Results 

4.  1    Distortion  of  Wave  Form 

The  temperature  dependence  of  the  properties  caused  a  distortion  of  the  temperature  wave  form  in 
the  material.     Tables  1  and  2  summarize  some  of  the  results  for  one  set  of  boundary  conditions. 
Distortion  occurs  for  both  sine-wave  and  square-wave  boundary  conditions. 


Table  1.      Effects  of  Temperature  Dependence  of  Properties  "  ' 

on  the  Temperature  Variation  in  a  Slab 

Tabulated  results  for: 

square -waves 
in  phase 

1000  steps/cycle 

a     -    2.  58  X  10'^  m^/s 

o 

zero  mean  temp,  at  surfaces 


Average 

Error  in 

Temp.  Coefficients 

Temp. 

Main  Harmonic 

Second  Harmonic 

** 

ao 

a  X  10-^ 

0  X  10^ 

°C 

Amplitude, 
"C 

Phase 

Amplitude, 
°C 

Phase 

% 

0.  0* 

0.  0* 

0. 000* 

6.  172* 

-102.  22* 

0, 000* 

0.  0 

0.  0 

0,  002 

6.  172 

-102. 22 

0, 00005 

10,  88 

+  0.  002 

0.  0 

-3.  6 

-0. 00050 

6.  172 

-102. 22 

0.  077 

101, 58 

-0, 005 

0.  0 

-7.2 

-0, 0011 

6.  172 

-  102. 20 

0,  156 

101, 64 

+  0.  018 

0.  0 

7,2 

0, 0011 

6.  172 

-102. 20 

0,  156 

-78.  28 

+0, 018 

3.6 

0.  0 

0.  307 

6,  172 

-102. 17 

0,  040 

143.48 

-0. 020 

-3.  6 

0.  0 

-0. 307 

6,  172 

-102.  17 

0,  040 

-36.  38 

-0, 020 

-7.2 

0.  0 

-0. 612 

6.  167 

-102. 07 

0,  080 

-34,20 

-0, 040 

3.  6 

-3.  6 

0.  301 

6.  178 

-102.  12 

0.  091 

118, 60 

-0, 080 

3.  6 

3.  6 

0.  312 

6.  167 

-102, 22 

0.  038 

122. 10 

+  0,  Oil 

-3.  6 

-3.  6 

-0. 312 

6.  167 

-102. 22 

0,  038 

57,74 

-0. Oil 

-3.  6 

-7.  2 

-0. 317 

6.  161 

-102. 26 

0.  089 

84,  18 

-0. 182 

3.  6 

7.2 

-0. 317 

6,  161 

-102. 26 

0.  089 

-95,73 

-0, 182 

7.2 

-3,  6 

0.  604 

6,  183 

-101.92 

0.  546 

-175,47 

-0, 112 

7.2 

3.  6 

0.  618 

6.  156 

-102.  12 

0,  053 

170, 28 

-0,268 

7,2 

7.2 

0.  623 

6.  150 

-102,  12 

0,  076 

122. 15 

+  0,444 

-7.  2 

-7.2 

-0. 623 

6.  144 

-102. 22 

0,  077 

57,  77 

-i-0.  444 

36.  0 

-36,  0 

2.  797 

6.  644 

-92. 07 

1,  006 

132.24 

-7.  55 

36.  0 

36.  0 

2.963 

5.  617 

-102. 14 

0,  283 

-123. 63 

+  10.  2 

*   Solutions  for  constant  properties 
**  from  real  part  of  eq  (3),   Appendix  II 


The  temperature  dependence  of  the  properties  gives  rise  to  a  non-zero  average  temperatiare  at 
the  internal  points,   even  though  the  average  bomidary  temperatures  are  zero.    Typical  profiles  are 
given  in  figure  1,    Table  1  shows  that,  for  the  conditions  studied,   this  effect  is  less  than  20  per  cent 
of  the  amplitude  of  the  main  harmonic.    The  distortion  in  the  mean  temperature  depends  primarily  on 
the  coefficient  a  and  varies  linearly  with  it. 


-  centerline  of  slab 

-  13,9  deg  C  amplitude 

-  1  hr  period 
-1/F^  =  5,9 

-  5th  cycle  results 

-  thickness    =  0.061m 
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Table  2.    Effects  of  Frequency  on  the  Temperature  Variation  in  a  Slab 

with  Temperature  Dependent  Properties  (non-metal;  5  cm  thickness) 


P    =     0. 0072  /deg  C 
a   =     2.58x10"'  m2/s 
120°  phase  shift 


Results  for  the  Centerline 


Period 
hr 

Mean 
Temp,    "  C 

Main 

Harmonic 

Second 

Harmonic 

Ampl,    °  C 

Phase 

Ampl,    °  C 

Phase 

1 .  0 

0.  171 

2.  42 

-162.  24 

0. 0218 

131. 84 

0.  5 

0.  179 

1.  12 

156. 43 

0. 0050 

36.91 

0.  2 

0.  193 

0.  25 

75.  35 

0. 0012 

-2.  34 

a    =  0.0036/°C 
L   =  0.061m 

13.9  deg  C  sine  waves,   zero  mean 

18  slices,    1/Fq   -    6.2,   5th  cycle  results 

Boundaries  at  0  mean  temperature 


Distortion  of  the  main  harmonic  is  primarily  affected  by  the  coefficient    a    as  shown  by  Tables  1 
and  2.    These  are  relatively  small  and  it  can  be  inferred  that  the  fundamental  frequency  can  be  used  to 
obtain  good  approximations  to  the  mean  thermal  diffusivity.    The  error  in  the  main  harmonic  is  also 
affected  by  0,  9  max,  and  the  period. 

The  temperature  dependence  of  properties  produced  even  harmonics  at  internal  points.  The 
second  harmonic  content  (Tables  1  and  2)  depends  on  both  the  temperature  coefficients.    The  amplitude 
of  the  second  harmonic  is  more  than  15  per  cent  of  the  main  harmonic  for  the  worst  case  shown. 

Results  not  shown  indicate  that  the  odd  harmonics  of  square-wave  boundary  conditions  have  dis- 
tortion similar  to  the  main  harmonic,  but  because  of  the  fewer  number  of  points  used  in  the  harmonic 
analysis,   they  have  more  inherent  errors. 

The  frequency  has  a  marked  effect  on  the  distortion  (Table  2).    The  distortion  of  the  average 
temperature  increases  with  frequency,  but  the  relative  amplitude  of  the  second  harmonic  decreases. 
No  exact  explanation  can  be  offered  for  this  at  present. 

The  relative  phase  of  the  boundary  temperatures  affects  the  results.    The  effect  is  second  order 
for  mean  temperature  as  shown  in  figure  1.    The  second  harmonic  distortion  is  worse  when  the 
boundary  temperatures  are  in  phase  than  when  they  are  180°  out  of  phase. 

4.  2    Errors  in  Determination  of  Thermal  Diffusivity 

The  results  of  a  quasi-linear  analysis,   to  be  published  later,  and  the  basic  form  of  the  finite  dif- 
ference equation,  given  in  Appendix  I,   indicated  that  the  errors  are  functions  of  a,  |3,  a  -  3  and  a  +  3 
and  sums  and  products  of  these  parameters.    These  relationships  were  checked  for  the  results  of  the 
finite  difference  calculations  by  plotting  error  in  determining  thermal  diffusivity  against  the  sa,me 
combinations  of  a  and  |3 . 

A  summary  of  the  most  important  characteristics  of  the  error  in  the  determination  of  the  thermal 
diffusivity  is  given  in  figures  1  and  2  for    a   =    2.  58  x  10'^  m^/s  (0.  01  ft^/  hr),   and,  +13.9C(25F) 
square-wave  boundary  conditions.    The  error  for  a  thermal  diffusivity  of  2,58  x  10"^m^/sec  was 
similar. 

Figure  2  gives  the  errors  in  determining  the  thermal  diffusivity  from  the  real  part  of  eq  (3)  in  Ap- 
pendix U  while  figure  3  gives  the  error  when  they  are  determined  from  the  imaginary  part  of  the 
equation.    The  errors  are  smaller  using  the  real  part,   except  when  a  =         i,  e,  when  the  thermal  dif- 
fusivity is  a  constant.    The  slope  of  the  curves  indicates  that  the  error  terms  are  essentially  quadratic 
fxinctions  of  a  and  3.    Figures  2  and  3  are  not  exact,   expecially  at  the  lower  values,  because  of  the 
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finite  difference  error  in  the  calculations. 

Typical  values  for  the  temperature  coefficients,    a  and  0,  for  dry  materials  are  given  in  Table  3. 
The  range  in  a  is  from  -0.  01  to  +0.  01  per  deg  K  and  3  from  -0.  003  to  +0.  004  per  deg  K.    Values  for 
moist  materials  are  unknown,  but  a  rough  estimate  would  be,   -0.  02  to  +0.  02  per  deg  K  for  a  and 
-0. 005  to  +0. 005  for  0. 


Table  3.      Typical  Values  for  the  Temperature  Coefficients  of  Thermal 

Conductivity  and  Thermal  Diffusivity  of  Dry  Solids  at  Temperatures 
Above  100°K 


Type  of  Material 

Temperature  Coefficient 

a 

per  deg.  C 

Temperature  Coefficient 

& 

per  deg.  C 

metals 
non-metals 
semi-conductors 

-0. 010  to  +0, 010 
(rare  0, 020)  • 

0  to  0.  004 
(rare  0, 020) 

-0.  006  to  +0.  006 

-0. 003  to  +0.  004 
-0. 0003  to  +0. 003 
-0. 0003  to  +0. 003 

(Data  from  American  Institute  of  Physics  Handbook,   2nd  Edition) 


The  errors  in  determining  thermal  diffusivity  in  the  range  considered  can  be  estimated  from 
figures  2  and  3,  as  being  less  than  1  per  cent  for  dry  materials  and  3  per  cent  for  moist  materials  using 
the  real  part  of  the  linear  solution,   and  less  than  2  and  6  per  cent,   respectively,  using  the  imaginary 
part  of  the  linear  solutions. 


5.  Conclusions 

Distortion  produced  by  the  temperature  dependence  of  thermal  properties  places  limitations  on  the 
use  of  steady-periodic  methods  for  measuring  the  thermal  properties  of  moist  materials.    The  steady 
mean  temperature  gradient  can  be  expected  to  produce  a  nonuniform  mean  moisture  content  in  the 
material.    The  method  has  advantages,  however,   over  other  methods  since  the  mean  gradient  is  only  a 
small  fraction  of  the  maxim\im  temperature  variation  in  the  material. 

The  main  harmonic  must  be  foxind  by  accurate  harmonic  analysis  because  of  the  harmonic  dis- 
tortion that  is  introduced  by  the  temperature  dependence  of  the  thermal  properties. 

The  mean  thermal  diffusivity  of  the  material  determined  from  the  main  harmonic  has  some  error 
but  the  accuracy  of  the  method  is  adequate  for  most  purposes  even  for  large  temperature  dependence. 
Steady  periodic  methods  can,   therefore,  be  used  to  determine  the  thermal  diffusivity  of  normal  dry 
materials.    Errors  due  to  the  temperature  dependence  can  be  estimated  from  the  curves  in  figures  2 
and  3. 
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Appendix  I 
1.    Finite  Difference  Solution 
1.  1    Basic  Equation 
The  basic  equation  approximated  by  the  finite  differences  was 


St        cd     5x    I  3x/ 


(1) 


with:    zero  initial  conditions,  periodic  boundary  temperature,   cd  and  \  functions  of  temperature, 

1,2    Finite  Differences 
Central  difference  approximations  were  used  to  approximate  the  derivatives,  yielding 

e  (n,t+At)   .   e(n,t)+   -^i—     r(Mn-l)  +  4X  (n)  -X(n+1)\.  g^^,^    ,^  -  zX  (n)  9  (n,  t) 

Ax^dc(n)  ' 


+    ^(nil)    +    4X(n)   -  X  (n-1)  j  ^^^^^^^J 


(2) 


where:  do  and  X  are  arbitrary  functions  of  temperature,  n  indicates  the  node  point,  At  indicates  the 
time  step. 

If  X  =  X    (1  +ae  )    and  cd  =  c  d  (1  +  39  ),  eq  (2)  reduces  to 
o  o 

9(n,t.At)   =   e(n,t)^-a     At         .(  f       9  (n.  t)  \  ^  .a(  e(n.l,  t)  -  9  (n- 1,  t))^  1 

o  ^^2-L       \  1  +  09  (n,  t)    /  4  (l  +  89   (n,  t))  ^ 

where   H   =  (6  (n+1,  t)  -  29  (n,  t)   +   9  (n-1,  t)J    and  is  the  form  for  constant  properties  and  Ax^/a^At  is 

the  normal  non-dimensional  inverse  Fourier  number,    1/F  . 

o 

The  second  term  is  maximum  when  a  =    -g , 


Appendix  II 
2,    Linear  Solution  for  Two  Slabs 
2.  1  General 

The  solution  for  the  temperature  variation  in  an  infinite  slab  of  a  material  of  constant  properties 
with  periodic  bo\andary  temperatures  is  given  in  Carslaw  and  Jaeger  (3).    In  terms  of  the  temperature 
at  three  points  in  the  material,  and  in  matrix  notation  the  solution  is 


A 

B 

.^1. 

D 

A 

(1)  and 


"a* 

B*' 

9 

3 

D* 

A* 

(2) 


where  9^,  9^,  and  9^  are  periodic  temperatures  at  points  1,  2,  and  3;  q^,  q  ,  and  q  are  the  periodic 
heat  fluxes  at  points  1,  2,  and  3,  and 
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T3        R  sinh  f  1  +  i )  $              ^        (  1  +  i )   ?  sinh  (  I  +  i  )  $ 
A  =    cosh  (1  +  1)1  B=   (^^V)^  O   -   '  

2  - 

where  ?  -    (nL  /aP)^,  R   =    L/\,   L  =  distance  between  respective  points,  'K  =  thermal  conductivity, 
a  =  thermal  diffusivity  =. \/dc,   P  =  period,  d  =  density,   c  =  specific  heat  per  unit  mass,   and  *  refers 
to  functions  for  the  slab  between  points  2  and  3, 

Equations  (1)  and  (2)  hold  for  all  pure  harmonics  of  the  boundary  conditions  when  the  properties  are 
constants. 


2.  2    Similar  Slabs 

For  the  case  where  the  three  temperatures  are  measured  at  evenly  spaced  points  in  a  homogeneous 
material,   the  equations  can  be  combined  to  give  the  following  expression  for  the  thermal  diffusivity 
(Shirtliffe  and  Stephenson  (4)): 

(1  +  i)   $  =    cosh      (  —          1  (3) 

2 

Values  of  $   can  be  obtained  for  both  the  real  and  imaginary  part  of  the  equation  and  the  two  values 
should  be  equal.    This  configuration  can  be  used  as  an  absolute  method  for  finding  the  thermal  diffusi- 
vity of  a  material. 

2.3    Dissimilar  Slabs 

For  two  slabs  of  dissimilar  material  in  contact  at  plane  2,  the  properties  of  the  slab  of  material 
between  points  1  and  2  can  be  found  if  the  properties  of  the  material  between  points  2  and  3  are  known. 
Again  from  Ref  (4)  we  obtain 


where 


The  second  equation  shows  that  the  reference  slab  is  used  as  a  "heat  meter.  "   When  eq  (5)  is  sub- 
stituted in  eq  (4),   the  complex  equation  for  9]^        contains  the  two  \mknowns    R   and  $,   or  A.  and  a. 
These  can  be  found  from  the  real  and  imaginary  parts  of  the  equation.    The  solution  has  been  done  on  a 
digital  computer  using  standard  nxamerical  techniques. 

2.4    Application  of  Equations 

Apparatus  based  on  these  equations  has  been  built  and  used  at  intervals  over  the  past  eight  years. 
The  results  from  the  experimental  investigation  including  considerable  error  analysis  will  be  published 
elsewhere. 

Computer  analysis  was  found  necessary  to  adequately  handle  the  harmonic  analysis  of  the  temper- 
ature waves  to  solve  the  equations,   and  for  error  analysis. 


This  paper  is  a  contribution  from  the  Division  of  Building  Research,  National  Research  Council  of 
Canada,  and  is  published  with  the  approval  of  the  Director  of  the  Division. 
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Figure  1  Mean  Temperature  Profile  Produced  by  Temperature  Dependence 

of  Properties  for  Conditions  Given, 
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Figure  2  Error  in  Determining    a     Using  Real  Part  of  Linear  Solution  and 
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Comparison  of  Modes  of  Operation  for  Guarded  Hot  Plate 
Apparatus  with  Emphasis  on  Transient  Characteristics 


C,  J.  Shirtliffe  and  H.  W.  Orr 

Division  of  Building  Research 
National  Research  Council  of  Canada 
Ottawa,  Canada 


The  constant  heat  flux  and  constant  temperature  modes  of  operation  of  the  guarded 
hot  plate  apparatus  are  compared  and  the  existence  of  an  optimum  heat  flux  boundary 
condition  is  examined.    The  step  response  equations  for  the  different  modes  and  for 
various  preconditioning  temperatures  are  tabulated  and  presented  in  graphical  form. 
Optimum  preconditioning  temperatures  are  determined.    Effects  of  disturbances  and 
plate  capacity  are  discussed  and  control  and  measurement  problems  compared. 
A  hybrid  mode  of  operation  is  suggested.    The  extension  of  the  results  to  the  use  of 
heat  meters  and  transient  heat  flow  apparatus  is  discussed.    Constant  temperature 
or  a  hybrid  mode  of  operation  is  found  to  be  the  most  practical.    The  response  times 
can  be  an  order  of  magnitude  less  than  constant  heat  flux  operation.    Use  of  the 
guarded  hot  plate  apparatus  in  the  constant  temperature  mode  is  suggested  for  other 
measurements. 


Key  Words:   Guarded  hot  plate,  heat  meters,  modes,  optimum  boundary 
conditions,  response  time,  thermal  conductivity,  thermal  diffusivity, 
transient  errors,  transient  heat  flow. 


1.  Introduction 

Historically,  the  guarded  hot  plate  apparatus  (1)^  is  a  "Standards  Lab"  type  instrument  where 
the  emphasis  is  on  accuracy  rather  than  on  minimizing  the  duration  of  the  test.    The  transient  heat 
flow  characteristics  and  control  problems  have  therefore  been  neglected.    Other  types  of  apparatus 
have  beeii  evolved  for  short  duration  tests  of  lesser  accuracy. 

It  was  believed  that  the  standard  guarded  hot  plate  apparatus  was  much  more  versatile  than 
assumed  and  that  with  the  proper  control  system  and  measurement  techniques  its  use  could  be 
extended  to  rapid,  high  accuracy  testing.    The  apparatus  was  thought  to  offer  advantages  in  the 
transient  heat  flow  area  and  for  use  in  conjunction  with  heat  meters.    Also,  since  the  guarded  hot 
plate  apparatus  is  being  proposed  for  testing  "super"  insulations  with  extremely  long  response  times, 
it  was  believed  that  the  control  mode  that  is  optimum  in  terms  of  speed  and  accuracy  should  be 
determined  and  the  response  functions  tabulated  to  allow  estimation  of  the  timie  to  reach  an  adequate 
steady  state  condition. 

The  guard     balance  is  assumed  to  be  controlled  automatically  in  this  analysis  so  that  it  does  not 
introduce  additional  disturbances  into  the  system..    This  is  believed  to  be  a  reasonable  assumption 
as  most  laboratories  have  provided  this  type  of  control  for  their  apparatus.    The  temperature  of 
the  cold  plate  is  assumed  to  be  constant. 


Figures  in  parentheses  Indicate  the  literature  references  at  the  end  of  this  paper. 
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2.    Modes  of  Operation  and  Transient  Characteristics 

Two  modes  of  control  of  the  hot  plate  in  the  guarded  hot  plate  apparatus  are  in  general  use.  For 
the  simplest  and  most  widely  used  the  plate  is  supplied  with  constant  power,  thereby  producing  a 
constant  heat  flux  at  the  surface  of  the  plate.    The  second,  less  widely  used,  method  is  to  keep  the 
temperature  of  the  hot  plate  constant  by  controlling  the  power  with  a  temperature  controller.  The 
latter  method  was  used  by  Sommers  (2)  for  "high  speed"  tests,  but  has  not  been  widely  used  because 
of  the  extra  equipment  involved  and  the  lack  of  knowledge  of  the  relative  advantages  and  problems  of 
this  mode  compared  to  the  constant  heat  flux  mode. 


2.  1.  Constant  Heat  Flux  Operation 

The  usual  sequence  of  events  in  performing  a  test  with  the  guarded  hot  plate  apparatus  with 
constant  heat  flux  from  the  hot  plate  is  as  follows: 

(i)  The  sample  is  conditioned  to  the  mean  temperature  of  the  test 

(ii)  The  cold  plates  are  at  the  required  temperature 

(iii)  No  power  is  being  supplied  to  the  hot  plate  and  it  is  not  at  the  required  test  temperature 

(iv)  The  thermal  conductivity  and,  therefore,  the  power  to  the  test  area  are  estimated 

(v)  The  sample  is  placed  in  the  plates,  the  power  to  the  test  area  increased  for  an  unspecified 
period  of  time,  to  heat  up  the  plate  and  the  sample,  then  reduced  to  the  estimated  power. 
The  conditions  then  are  allowed  to  reach  steady  state 

(vi)  Additional  adjustments  of  the  power  are  usually  necessary  and  disturbances  must  settle  out. 

There  has  been  no  easy  way  to  estimate  the  time  required  to  reach  the  steady  state  condition 
using  this  procedure. 

2.  2.  Constant  Temperature  Operation 

The  usual  sequence  of  operations  for  use  with  the  hot  plate  at  a  controlled  temperature  is 
as  follows: 

(i)  The  sample  is  conditioned  to  the  mean  temperature  of  the  test 

(ii)  Both  the  hot  and  cold  plates  are  at  the  required  temperatures 

(iii)  The  sample  is  placed  in  the  apparatus  and  the  test  area  power  increases  automatically  to  supply 
the  required  heat  and  then  drops  to  the  steady  state  value. 

It  should  be  noted  that  no  guessing  or  second  adjustments  are  required. 

2.  3.    Optimum  Boundary  Conditions 

Constant  temperature  operation  is  easier  than  constant  heat  flux  operation,  and  probably  faster, 
but  the  question  remains  as  to  whether  there  is  a  boundary  condition  that  will  give  even  faster 
response. 

Assuming  there  is  a  better,  nonconstant,  heat  flux  boundary  condition,  F(t),  where  t  is  time, 
and  the  appropriate  unit  step  response  of  the  sample  is  V(x,  t) ,  the  surface  temperature  of  the  hot 
plate  can  be  written  as  given  in  ref.  (3). 

e(x,t)    «       r  F(t-t')  V    (x,t«)  d  t' 
oJ  t 
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where  t'  is  the  dummy  time  variable,  and  subscript    t    indicates  the  time  derivative. 

By  normal  response  factor  methods,  F(t)  can  be  found  for  any  desired  response.    Since  the 
answer  depends,  however    on  the  step  response  of  the  sample,     V(x,t),     which  is  a  function  of  the 
unknown  thermal  properties,  there  is  no  practical  way  to  find  this  optimum  condition  for  thermal 
conductivity  apparatus.    The  most  practical  boundary  conditions  would  appear  to  be  the  constant 
temperature  boundary  condition,  since  it  is  the  only  boundary  condition  that  can  be  specified  without 
regard  to  sample  properties. 


2.  4.    Response  Times 

The  theoretical  solutions  to  the  heat  transfer  problems  corresponding  to  the  constant  temperature 
and  constant  heat  flux  modes  of  operation  are  given  in  Appendix  I.    The  solutions  have  been  derived  in 
nondimensional  form  to  make  them  general.    The  temperature  is  nondimensionalized  as  shown  in 
Appendix  I  to  be  zero  at  the  cold  plate  and  1  at  the  hot  plate  under  steady  state  conditions.    The  non- 
dimensional  heat  flux  is  also  1  under  steady  conditions.    Time  zero  is  referred  to  as  the  time  at  which 
the  boundary  conditions  are  applied,  that  is,  the  test  is  started,  and  is  nondimensionalized  by  the 
thermal  diffusivity  "a"  and  the  thickness,  L. 

The  solutions  are  given  in  general  form  and  also  for  specific  locations  in  the  sample  at  which 
the  measurements  are  to  be  made  for  determining  the  thermal  conductivity,  since  it  is  these  values 
that  must  approach  steady  state  before  the  measurements  can  be  made  accurately. 

The  response  time  of  a  sample  is  defined  here  to  mean  the  time  required  for  the  uncontrolled,  or 
unspecified,  variable  at  the  hot  plate  to  reach  an  adequate  steady  state  so  as  to  give  an  error  in  the 
measurement  of  thermal  conductivity  of  less  than  the  specified  value.    A  curve  of  error  in  the 
measurement  versus  time  will  result  for  each  mode.    The  equations  for  error  are  given  in  Appendix  II. 

Response  times  for  the  constant  temperature  and  constant  heat  flux  modes  with  the  initial 
temperature  equal  to  the  steady  mean  temperature,     W  =    0.  5,     are  given  in  figure  1.    The  response 
time  for  constant  temperature  mode  is  seen  to  be  almost  an  order  of  magnitude  less  than  for  the 
constant  heat  flux  mode  when  the  errors  are  small. 

The  response  times  for  specimens  at  various  initial  temperatures,     W,     are  shown  in  figures  2 
and  3,  for  values  of    W  s    0,   the  cold  plate  temperature,  to    W  =  1,     the  hot  plate  temperature. 
In  each  mode  there  is  an  optimum  value  of    W    at  which  the  response  time  is  least.    The  error 
reverses  sign,  that  is,  overshoots,  when  the  initial  temperature  is  greater  than  0.  5  for  the  constant 
temperature  mode  and  0.  635  for  the  constant  heat  flux  mode,  and  the  negative  portion  of  the  curve 
can  govern  the  response  time  of  a  test.    The  optimum  values  of  the  initial  temperature,     W,  are 
therefore  approximately  0,  52  and  0.  64,  respectively,  for  the  two  modes.    The  response  times  for 
the  two  modes  at  the  optimum    W    are  approximately  the  same.    The  response  time  for  the  constant 
flux  mode  at  optimum  conditioning  is  an  order  of  magnitude  less  than  that  for  conditioning  to  the  mean 
temperature;  this  can  be  useful  in  cases  where  the  thermal  conductivity  of  a  specimen  is  being 
checked  and  the  steady  state  heat  flux  can  be  determined  beforehand.    If  the  thermal  conductivity  is 
not  known  then  the  final  hot  plate  temperature  and  therefore  the  optimum    W    cannot  be  determined. 

The  equations  and  figures  do  not  take  into  account  the  heat  storage  capacity  of  the  plates,  the 
three-dimensional  nature  of  the  heat  flow,  or  the  temperature  dependence  of  the  properties.    It  should 
therefore  be  recognized  that  the  equations  and  figures  are  only  a  guide  to  the  actual  response  time 
and  that  checks  should  be  made  on  the  applicability  of  the  figures  to  any  particular  apparatus  by 
testing  samples  of  known  thermal  diffusivity. 

A  test  was  made  on  a  foam  polystyrene  sample,  2.  5  cm  thick  with  a  20  -  by  20 -cm  guarded  hot 
plate  to  compare  the  theoretical  response  times  to  the  actual  values.    For  constant  heat  flux 
operation,  the  response  time  to  \  per  cent  error  was  less  than  15  sec,  when  the  hot  plate  was 
preheated  to  the  steady  state  temperature,  and  over  10  hr  when  the  plate  was  not  preheated. 
In  each  case  the  exact  constant  heat  flux  was  used  to  obtain  the  desired  hot  plate  temperature. 
The  theoretical  value  was  approximately  40  sec  for  the  specimen.    In  constant  temperature  mode 
the  measured  response  time  was  approximately  70  sec.    The  response  curves  are,  therefore, 
better  estimations  of  the  actual  response  times  for  the  constant  temperature  mode  than  the  constant 
heat  flux  mode. 
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2.  5.    Measurement  Problems 

Each  mode  of  operation  has  inherent  measuring  problems.    The  constant  heat  flux  mode  of 
operation  has  such  long  response  times  that  the  true  steady  state  value  can  be  difficult  to  recognize. 
Measurements  must  be  made  over  an  extended  period  to  ensure  that  it  has  been  reached.  The 
constant  temperature  mode  of  operation  requires  that  the  temperature  of  the  hot  plate  be  controlled, 
by  controlling  the  power  to  the  heater.    The  steady  state  power  to  the  heater  will,  by  definition,  vary 
a  small  amount  with  time.    It  is  necessary  to  average  the  power  over  a  sufficient  length  of  time 
to  obtain  the  mean  values.    The  averaging  time  will  depend  on  the  controller  characteristics  and 
the  temperature  sensor.    The  problem  of  averaging  can  be  eased  considerably  by  using  a  strip  chart 
recorder,  automatic  data  logger,  or  a  signal  averaging  circuit. 


2.  6.    Hybrid  Mode 

The  best  of  both  methods  can  be  obtained  by  starting  the  test  in  the  constant  temperature  mode 
and  switching  later  to  the  constant  heat  flux  mode.    This  hybrid  mode  of  operation  requires  a  signal 
averager  and  is  accomplished  by  starting  in  the  constant  temperature    mode,  monitoring  the  average 
power  supply  voltage,  and  when  it  becomes  sufficiently  constant,   setting   the  output  of  the  controller 
to  that  value,  and  switching  the  controller  to  manual  mode,  thereby  supplying  constant  heat  flux  to 
the  hot  plate.    Depending  on  the  success  of  the  transfer  to  constant  heat  flux  operation,  the  measure- 
ment can  be  made  with  a  short  settling  time,  and  with  normal  measuring  instruments. 

2.7.    Disturbances  and  Readjustments 

If  the  temperature  or  the  heat  flux  of  the  hot  plate  must  be  readjusted  so  as  to  conform  to  a 
standard  test  condition,  or  if  it  is  disturbed,  the  time  for  the  transient  to  settle  can  be  estimated 
from  the  response  time  curves.    A  change  in  a  parameter  at  one  surface  corresponds  to  the  case 
of  a  change  at  the  surface  and  zero  initial  temperature.    The  error  that  the  disturbance  produces 
in  the  steady  state  value  should  be  used  in  determining  the  response  time.    For  example,  a  10  per  cent 
change  need  only  settle  to  10  per  cent  of  its  final  value  to  produce  a  1  per  cent  error  in  the  measure- 
ment. 


2.  8.    Plate  Capacitance  ■.  ;  . 

The  hot  plate  assembly  can  have  more  than  100  times  the  thermal  capacitance  of  the  sample  and 
can  therefore  be  the  major  factor  in  determiiiing  response  time  (3).    Failure  to  preheat  the  hot-plate 
assembly  to  the  desired  temperature  can  greatly  extend  the  test,   especially  for  the  constant  heat  flux 
mode  where  the  sm^all  source  of  heat  must  raise  the  temperature  of  the  large  thermal  mass.  The 
increase  in  response  time,  or  lag,  decreases  as  the  conductance  of  samples  increases,  and  can  vary 
from  a  few  seconds  to  many  hours.    For  constant  temperature  operation,  the  hot  plate  is  normally  at 
the  required  temperature  and  the  thermal  mass  can  be  used  to  advantage  to  supplement  the  heater 
capacity  in  heating  the  specimen.    In  the  hybrid  mode,  the  thermal  capacitance  is  helpful  during  the 
constant  temperature  interval  and  detrimental  in  the  constant  heat  flux  interval. 


2.  9.    Characteristics  of  Control  Systems  for  Hot  Plates 

It  has  been  found  that  the  response  time  for  the  normal  design  of  hot  plates  and  normal  samples 
is  so  great  that  reset  is  required,  i.  e.  integral  action  with  "anti -windup"  feature  along  with  the 
proportional  action  in  the  controller.    The  sudden  changes  in  power  output  required  when  high 
capacitance  samples  are  placed  in  the  apparatus  make  it  desirable  to  have  rate,  i.  e.  derivative 
action, as  well.    Proper  design  of  the  hot  plate  and  placement  of  the  temperature  sensor  can  decrease 
the  lags  in  the  control  system  and  ease  these  requirements. 

2.  10.    Further  Refinement 

If  the  shortest  possible  test  time  is  required,  there  is  no  reason  why  the  samples  cannot  be 
preconditioned  to  the  proper  temperature  gradient  in  a  large,  simplified  pair  of  temperature 
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controlled  plates.    The  samples  could  then  be  tested  rapidly  in  an  apparatus  operated  in  the  constant 
temperature  mode. 

3.    Application  to  Heat  Meter  Apparatus 

The  guarded  hot  plate  apparatus,  when  operated  in  the  constant  temperature  mode,  forms  the 
basic  configuration  required  for  measuring  thermal  conductivity  with  a  heat  meter;  the  advantage 
of  this  heat  meter  method  is  the  simplicity  of  the  measurements. 

The  solutions  in  Appendix  I  can  be  applied  to  the  heat  meter  apparatus  as  well,  as  long  as  the 
heat  meter  is  thin  and  has  a  low  thermal  capacitance.    Equations  (5),  (6),  and  (7)  of  Appendix  1  show 
that  there  are  three  locations  in  a  sample  where  optimum  response  without  overshoot  can  be  attained. 
The  locations  and  relevant  conditions  are  listed  below. 

Test  Conditions 

(i)  the  sample  is  conditioned  to  a  uniform  temperature 

(ii)  the  temperature  of  the  hot  and  cold  plates  are  controlled. 

Locations  and  Initia.l  Temperatures 

(i)  at  the  hot  surface   -  sample  at  the  mean  temperature 

(ii)  at  the  cold  surface   -  sample  at  the  mean  temperature  . 

(iii)  at  the  center  of  the  sample   -  any  uniform  temperature. 

The  third  location,  at  the  center  of  the  sample,  is  not  only  ideal  in  terms  of  response  but  also 
provides  some  isolation  from  any  small  independent  disturbances  at  the  plates  and,  ideally,  does  not 
require  the  sample  to  be  conditioned  to  any  specific  temperature.    The  initial  temperature  must  be 
uniform  or  at  least  symmetric  about  the  center  point.    If  there  is  the  possibility  that  thermal 
conductivity  is  a  function  of  temperature,  the  center  position  affords  the  proper  location  to  indicate 
if  the  temperature  has  deviated  from  the  mean  value.    The  center  position  requires  two  identical 
samples.    Lang  (4)  has  developed  an  apparatus  with  the  heat  meter  in  this  location  but  it  is  not  clear 
if  all  the  advantages  were  recognized.    Norris  and  Fitzroy  (5)  gave  the  theoretical  justification  for 
the  method. 

4.    Extension  to  Transient  Measurement  Conditions 

Beck  (6)  has  determined  the  optimum  configuration  for  transient  heat  flow  apparatus  for  simul- 
taneous determination  of  thermal  conductivity  and  specific  heat.    When  the  thermal  conductivity  is  low, 
the  optimum  configuration  is  a  large  thermal  mass  "cold  plate,  "  preconditioned  but  not  continuously 
cooled,  and  a  constant  temperature  warm  side  with  heat  flux  metered.    The  cold  plate  is  insulated  on 
all  but  the  active  surface.    The  thermal  properties  are  inferred  from  the  cold  plate  temperature  and 
the  hot  side  heat  flux,  using  a  "nonlinear  estimation"  procedure.    The  guarded  hot  plate  apparatus 
with  temperature  controlled  hot  plate  can  be  modified  to  attain  the  required  configuration;  this  allows 
the  extension  of  the  appara,tus  to  measurement  of  both  thermal  conductivity  and  specific  heat. 

With  samples  of  high  thermal  conductivity,  the  optimum  configuration  at  the  cold  plate  remains 
the  same  while  that  of  the  hot  side  condition  is  zero  heat  flux.    Thermal  properties  are  inferred  from 
temperatures  measured  on  the  two  sides  by  the  same  procedure.    By  removing  the  hot  plate  from  the 
guarded  hot  plate  apparatus,  this  condition  can  be  accomplished. 

Further  work  should  be  considered  on  the  adaptation  of  the  guarded  hot  plate  apparatus  tp  this  type 
of  measurement,  and  a  study  of  the  sources  of  error.  Modification  in  design  of  the  hot  and  cold  plates 
might  be  required  to  make  them  "universal,  "  or  interchangeable  plates  might  be  considered. 
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5. 


Conclusion 


The  constant  temperature  and  hybrid  modes  of  operation  have  been  shown  to  be  the  most  practical 
for  the  guarded  hot  plate  apparatus.    The  response  times  can  be  an  order  of  magnitude  better  than  for 
constant  heat  flux  operation.    The  figures  presented  can  be  used  as  a  guide  to  estimate  the  time 
required  to  reach  an  adequate  steady  state. 

Guarded  hot  plate  apparatus  with  temperature-controlled  plates  can  be  used  for  rapid  measure- 
ments,  either  alone  or  in  conjunction  with  a  heat  meter.    The  apparatus  also  might  be  used  for  the 
simultaneous  determination  of  thermal  conductivity  and  thermal  diffusivity. 


This  report  is  a  contribution  from  the  Division  of  Building  Research,  National  Research  Council 
of  Canada,  and  is  published  with  the  approval  of  the  Director  of  the  Division. 
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Appendix  I 


Response  Times  for  an  Infinite  Slab 


1.    Basic  Equation 


The  nondimensionalized  heat  equation  for  an  infinite  slab  with  uniform  boundary  conditions  is 


36 


where 


8 


X  =  x/L,  t  =  a  t/L  ,  L  s  the  thickness  of  the  slab,  x  =  the  space  variable, 
running  from  0  to  L,   t  =  time,    a  =  the  thermal  diffusivity. 


The  nondimensionalized  heat  flux  is  written  as 


where 


q  =  heat  flux,  qj^  =  the  steady  state  heat  flux  (  -  X  j^T(L,  -  T(0,  c°)J  /L), 
X     s    the  thermal  conductivity,    <»  =  indicates  the  steady  state  value. 
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1.1.    Boundary  Conditions  (B.C.)^ 
Constant  temperature  at    X  =  0 

8(0,  t)    =  0. 

Two  separate  boundary  conditions  at    X    =    1    will  be  considered: 

(i)  Constant  temperature:     6(1,  x)    =    1,  and 

ae\  '  '  '  ' 

(ii)  Constant  heat  flux:  —-z]  =1. 

'1 .  T 

In  each  case  the  steady  state  temperature  difference  and  steady  state  heat  flux  are  equal  to  unity. 

1,2.    Initial  Conditions 
The  following  uniform  initial  condition  is  assumed: 

e(X,0)    =  W 

where  W    is  a  finite  constant, 

1,  3.    Solutions  to  Basic  Problem 

Solutions  have  been  determined  using  basic  solutions  and  the  "Superposition  Principle" 
as  given  by  Churchill  (3), 

The  solutions  are  given  in  terms  of  the  variable  not  specified  at    X    «    1,  that  is,  in  terms  of 
heat  flux  for  constant  temperature  boundary  condition,  and  in  terms  of  temperature  for  the  constant 
heat  flux  boundary  condition.    The  solutions  are  first  given  in  general  form,  then  for  special  cases 
with  X,  or  both  X  and  W,  specified.    Tables  of  the  functions  may  be  obtained  by  writing  the  authors 
directly, 

(1)    General  Form  of  Solutions 

(a)    Constant  Temperature  B.C. 


ax 


1  =1+27  (-1)"  .  cos  (A  X)  .  exp(-A  ^  t)  +  4W  Y  cos  (B  X)  .  exp  ( -B  ^t)  (1) 
'  n  n  Lj,  n  n 

1,T  n=l  n=l 


where  A     =  nrr,     B     =  {2n-l)TT,     exp  (  )  is  the  exponential  function,  e^  ^ 

n  n 


(b)   "Constant  Heat  Flux  B.  C. 


e(X,T)     =    X   -  8    Y     |(-1)"     /B    I    .    sin  (B     X  /Z)  .    exp{-B  t/4) 
Z_i ,   L  nj  n  n 

n»=l 

CO 

+    4W    y      (l/B  )  ,    sin(B  X/2)    .    exp(-B^T/4)  (2) 
Z_/ ,  n  n  n 


nxl 


Boundary  conditions  will  be  abbreviated  as  B.  C. 
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(2)   Special  Cases 
(a)    Constant  Temperature  B.C.  ,  with    X    =  1 

ae 


|3^j         =    1  +  2    ^      exp(-A^T)   -  4W    ^      exp(-B^T)  ■  (3) 


1,T  n=l  n=l 

(b)  Constant  Heat  Flux  B.  C.  ,  with    X    =  1 

GO  CO 

9(1, t)      =    1   -  8    Y      (1/B^)    .    exp(-B^T/4)    +  4W    )'      r(-l)'''VB  ]    .    exp(-B^T/4)  (4) 
i-' ,  n  n  ,    L  nj  n 

n=l  n=l 

(c)  Constant  Temperature  B.C.  ,  with    X  =  0.  5,     W  finite 

-  =    I  +  2    L     exp(-4A^x)  (5) 

'0.  5,T  n=l 


(d)    Constant  Temperature  B.C.,  with    X  =  1,      W  =  0.5 

=    right-hand  side  of     eq  (5)  (6) 


sx 


0.  5,T 

(e)  Constant  Temperature  B.C.,  with    X  =  0,      W  =  0.  5 

rrr  '  =    right-hand  side  of     eq  (5)  "  (7) 

'0 ,  T 

(f)  Constant  Temperature,  with    X  =  1,      W  =  1 

14  =    1  +  2    y      (-1)"    .    exp  (-A^)  (8) 

^^^1,T  n=l 

2,    Calculation  of  Errors 

Errors  in  determination  of  thermal  conductivity,  if  measurements  are  made  before  steady  state 
conditions  are  attained,  are  derived  below. 

2.  1.    Constant  Temperature  B.C. 
Error  at  time     T     and  position  X. 

Error    =    ^<^-^>  ' 

q(X,o°) 


8_e 

SX 


-  1 

X,  T 


q(x. t)       9e\  ,  ae\ 

since  -*TrT — *-    =    r-^;         ,    and    ~  =1 

q(x,co)     ax;^  ^        8x;_^  ^ 
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2.  2.    Constant  Heat  Flux  B.  C, 
Error  at  time     t     and  at  position  X 

Le(X,co)   -  9(0,°°)]  . 
Error    =   —     -  i 

[e{X,T)  -  6(0,  t)] 

e(x,T) 

=    77T—K     -  1    at    X  =  1 
9(1, t) 

9(0,  t)    =    0,  all      T,  and    e{X,<=°)    =  X. 
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Figure  1       Response  Times  for  Measuring  Thermal  Conductivity 

-  Error  at  Time    T    After  Start  of  Test 

-  Constant  Temp,  and  Constant  Heat  Flux  Modes 

-  Initial  Temp.  ,     W  =  0.  5 
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r=    at  /l2 


Figure  2      Response  Times  for  Measuring  Thermal  Conductivity 

-  Error  at  Time    T    After  Start  of  Test 

-  Constant  Heat  Flux  Mode 

-  Initial  Temp.  ,     W  =  0  to  1,  0 
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Figure  3       Response  Times  for  Measuring  Thermal  Conductivity 

-  Error  at  Time    T    After  Start  of  Test 

-  Constant  Temp.  Mode 

-  Initial  Temp.  ,     W  =  0  to  1.0 
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METHOD  FOR  MEASURING 
TOTAL  HEMISPHERIC  EMISSIVITi:  OF  PLANE  SURFACES 
mm  CONVENTIONAL  THERMAL  CONDUCTIVITY  APPARATUS 


Nathaniel  E.  Hager,  Jr. 

Research  &  Development  Center 
Armstrong  Cork  Company 
Lancaster,  Pennsylvania 


The  conductance  of  an  air  space  bounded  by  two  large  horizontal  parallel  plane 
s\arfaces  is  measured  in  conventional  thermal  conductivity  apparatus.    Convection  is 
kept  unin^jortant  by  having  the  hotter  surface  on  top,  and  conduction  of  heat  by  the 
air  is  subtracted  from  the  measurement  to  obtain  a  value  for  the  net  radiation 
exchange.    When  the  two  surfaces  are  identical,  this  value  is  used  to  ccanpute  their 
total  hemispheric  emissivity.    A  high-emlssivity  surface  so  measured  is  retained  as 
a  standard,  and  single  samples  of  other  surfaces  are  then  tested  by  placing  them 
in  the  opposite  position.    It  is  estimated  that  use  of  this  technique  with  the 
Northrup  thermal  conductivity  apparatus  yields  emissivity  values  accurate  to  within 
0.015. 


Key  words:  Einissivity,  heat  transfer,  surface  properties,  thermal 
conductivity,  thermal  properties,  thermal  radiation. 


1.  Introduction 

Infrared  radiation  plays  an  iniportEint  and  sometimes  dominant  role  in  practical  heat  transfer 
problems.    To  calctilate  the  rate  at  which  thermal  energy  is  emitted,  one  usually  needs  to  know  the 
total  hemispheric  emissivity  of  svixfaces  in  the  temperature  range  found  in  the  normal  environment. 

The  literature  describes  apparatus  for  producing  detailed  data  on  the  directional  and  spectral 
characteristics  of  emitting  surfaces  {l,2,3,^)-'-.    Such  data  are  ideal  for  checking  emission  theories, 
but  they  must  be  integrated  to  get  values  useful  for  engineering  and  apparatus  design  purposes.  There 
remains  a  practical  need  for  simpler  apparatus  which  directly  produces  integrated  values. 

A  number  of  tecliniques  have  been  described  for  direct  measurement  of  total  hemispheric  emissivities 
of  wires  (5),  spheres  (6),  and  cylinders  (7);  the  samples  are  heated  electrically  in  evacuated 
chambers,  and  emissivity  determinations  are  made  by  observing  the  rate  of  energy  loss  to  the  enclos- 
ing surfaces.    Worthing  has  used  a  parallel-plate-in-vacuum  method  (8);  one  plate  is  held  at  a  fixed 
teD5)eratvire,  and  the  heating  rate  and  heat  capacity  of  a  second  plate  are  \ised  to  compute  the  radiant 
exchange  between  the  enclosed  surfaces. 

The  method  described  here  also  employs  parallel  plates,  but  it  does  not  require  evacuation.  The 
thermal  conductance  of  an  air  space  between  two  parallel  plane  surfaces  is  measiired  in  conventional 
thermal  conductivity  apparatus  of  the  type  described  by  Northrup  (U).    The  apparatus  produces  total 
hemispheric  emssivity  values  of  coatings,  sheets,  and  surfaces  of  thin  slabs  with  sufficient  accuracy 
for  most  design  pxirposes.    Calibrated  black  body  soiirces  and  delicate  radiometric  devices  are  not 
needed,  and  tenrperature-controlled  shielding  devices  are  not  required  for  eliminating  background 
interference  even  when  the  sample  is  approximately  at  room  tenrperatiire . 

2 .  Theory 

Elementary  heat  transfer  theory  sviggests  an  idealized  experiment  for  determining  emissivity  values 
for  infinite  plane  samples.     This  experiment  is  described  in  the  following  discussion.    Later,  real 
apparat^ls  is  described  which  puts  the  experiment  on  a  practical  basis;  i.e.,  steps  axe  taken  to  permit 
measurements  to  be  made  with  samples  of  limited  size. 


1 

Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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2.1.    Idealized  Experiment 

A  volvune  of  air  is  enclosed,  as  shown  in  figxire  1,  between  two  infinite  horizonteil  isothermal 
planes.    A  calibrated  slab  of  thermal  insxilating  board  is  placed  immediately  below  the  air  space.  The 
top  sxirface  of  the  assembly  is  heated  uniformly  to  temperature  Tjj  while  the  bottcm  surface  is  held  at 
a  lower  temperature  Tq-    Under  steady-state  conditions  the  interface  between  the  air  space  and  the 
bo€u*d  assumes  a  temperature  T^,     The  heat  flux  q  through  the  air  space  is  the  same  as  that  through  the 
board  and  is  given  by  the  equation 


q  =  k  AT 
o  o 


(1) 


where  kg  and  Dq  are  known  values  of  the  thermal  conductivity  and  thickness  of  the  board,  and  ATq  = 
Tc  -  To- 

Since  the  upper  plane  is  at  a  higher  temperature  than  the  lower,  heat  is  transferred  downward 
throxigh  the  air  space  by  gaseous  conduction  and  thermal  radiation,  and  convection  is  negligible. 
Assiming  that  the  separation  between  planes  is  so  small  that  no  appreciable  amount  of  radiation  is 
absorbed  by  the  air  in  passing  from  the  one  plane  to  the  other,  the  conduction  and  the  radiation 
processes  are  independent,  and  the  total  heat  flux  through  the  air  space  may  be  broken  down  into  two 
components  as  indicated  by  the  equation 

q  =       +         ,  (2) 

where  qa  is  the  heat  conducted  by  the  air,  and  q^.  is  the  net  thermal  radiation  exchange  between  s\irface 

If  the  thermal  conductivity  of  the  air  is  kg,  and  the  distance  between  the  enclosing  surfaces  is  D 
then  the  gas  conducted  heat  is  calculated  frcm  the  equation 


q^  =         >  (3) 


D 


where  AT  =  T,    -  T  . 

h  c 

According  to  standard  texts  (9),  the  net  radiation  exchange  is  given  by  the  equation 


AT 


-  1 


where  6  jj  and         are  respectively  the  emissivities  of  the  "hot"  and  "cold"  surfaces  bounding  the  air 
space,  o  is  the  Stefaji  radiation  constant,  and  ?  is  the  mean  absolute  temperature  of  the  air  space. 
For  this  equation  to  be  valid,  the  emissivity  of  each  stirface  must  equal  its  absorptivity  for  that 
radiation  emitted  by  the  apposite  surface.    This  means  that  the  surfaces  must  be  "gray",  or  AT  must  be 
small.    Combining  the  above  equations,  and  solving  for        yields  the  equation 


^  h  1      ^       h  gf^ 


C  k  AT  k 
^c       o     o  a 

D   AT    "  D 
o 


If  the  emissivity  of  the  one  surface  ^  is  known,  then,  since  all  other  factors  on  the  right-hand 
side  are  known  or  can  be  measured,  the  emissivity  of  the  other  surface  can  be  calculated.    If  the 

emissivity  of  neither  s\irface  Is  known,  but  both  surfaces  are  known  to  have  the  same  emissivity,  so 
that  €"c  =     €h>  then  the  equa-cion  can  be  re-solved  to  get  an  expression  for  the  emissivity  common  to 
the  two  surfaces. 
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2.2    Practical  Experiment 


Experience  with  conventional  thermal  conductivity  apparatus  suggests  that  the  idealized  experiment 
is  closely  approximated  by  the  configuration  sketched  in  figure  2.    Heavy  horizontal  high-conductivity 
plates,  one  electrically  heated  and  the  other  kept  at  a  cooler  temperature,  are  used  to  form  nearly 
isothermal  sxirfaces.    The  plates  are  square  with  edge  length  L.    A  calibrated  slab  of  insulating  board 
having  thickness  Dq  rests  on  the  lower  plate,  and  the  upper  plate  is  supported  at  a  distance  D  above  the 
upper  surface  of  the  slab. 

The  choice  of  design  depends  on  selecting  values  for  Dq  and  D,  and  then  sizing  L,  in  view  of  the 
magnitude  of  Dq  and  D,  so  that  the  heat  flow  in  the  central  region  of  the  system  is  essentially  the 
same  as  it  would  be  if  L  were  infinite.    The  reasoning  involved  in  making  these  choices  is  included  in 
a  paper  being  prepared  for  later  publication,  and  only  the  restilts  are  stated  here. 

Experience  siiggests  that  about  2.5  cm  is  a  good  value  to  take  for  Dq  and  D.    It  is  estimated  from 
published  data  (10)  that,  as  long  as  D  does  not  exceed  this  value,  the  absorption  of  radiation  by 
normal  rocm  air  does  not  affect  the  practical  experiment.    Both  analysis  and  experiment  show  that  the 
infinite  plane  theory  is  approximately  valid  within  the  central  portions  of  the  finite  plate  system 
when  L  is  at  least  twelve  times  as  large  as  D,  and  when  at  least  one  of  the  surfaces  enclosing  the  air 
space  emits  with  characteristics  approximating  those  of  an  ideal  black  surface. 


3.    Apparatus  and  Procedure 

Apparatus  constructed  along  the  lines  discussed,  as  shown  in  figure  3(a),  consists  of  a  simple 
Northrx^  thermal  conductivity  apparatus,  and  a  special  emissivity  cell.    The  latter  xinit  is  positioned 
between  an  electrically-heated  plate  and  the  calibrated  insulation  slab;  the  hot  and  cold  plates  are 
about  30.5  cm  square  and  are  made  of  6.35-inm  and  12.7-mm  aluminum  respectively. 


3.I.    Emissivity  Cell  Construction 

The  emissivity  cell  detailed  in  figure  3(b)  nominally  measures  30.5  x  30.5  x  2.3k-cm,  and  consists 
of  a  plywood  frame  covered  on  one  side  with  a  tightly  stretched  sheet  of  0.15-mm  paper.    At  the  center 
of  the  paper  sheet  is  movmted  a  12  x  12  x  0.05-mm  platelet  made  of  edge-welded  copper-Constantan 
thermocouple  ribbon.    The  paper  and  the  centreil  platelet  are  sprayed  with  flat  black  enamel,  and  the 
lower  surface  of  the  hot  plate  is  treated  with  the  same  material.    In  the  latest  version  of  the  cell, 
the  interior  surfaces  of  the  sides  of  the  frame  are  lined  with  aluminum  foil. 

3.2.    Standard  Slab  Selection 

The  standard  slab  is  0.295-g/can3  corkboard  (ll)  which  is  sanded  to  obtain  plane  surfaces  and  a 
uniform  thickness  of  about  2.3k  cm.    This  board  has  maintained  its  thermal  conductivity  to  within  2%  of 
the  original  value  measured  five  years  ago,  and  according  to  the  experience  of  workers  elsewhere  in 
this  laboratory,  similar  slabs  have  been  found  to  be  at  least  this  stable  over  even  longer  periods  of 
time  (12). 


3.3    Standard  Surface  Calibration 

To  calibrate  the  black  surface  in  the  emissivity  cell,  the  apparatus  is  r\in  as  described  with  the 
two  surfaces  having  identical  coatings.    To  make  sure  that  the  emissivities  of  the  two  siirfaces  are 
identical,  it  is  necessary  to  make  sure  that  the  emissivity  is  characteristic  of  the  coating  and  is  not 
affected  by  the  base.    Assurance  is  obtained  that  this  is  the  case  by  building  up  the  coating  on  one 
svorf&oe  at  a  time  with  several  applications  until  successive  applications  lead  to  no  further  change  in 
emissivity  measurements. 

The  heater  power  is  adjusted  so  that  the  temperatirre  difference  between  hot  and  cold  plates  is 
between  10  and  20  deg.    After  the  apparatus  has  come  to  thermal  equilibriimi,  which  usually  takes  6  to 
8  hours,  the  teraperatiffe  differences  across  the  standeird  slab  and  the  emissivity  cell  are  read,  and 
the  temperature  of  the  hot  plate  is  measured.    These  data,  along  with  known  parameters  associated  with 
the  standard  slab  and  the  test  cell,  Eire  substituted  into  eq  (5)  to  obtain  the  emissivity  value  shown 
in  the  first  row  of  table  1.    Note  that  this  value  is  obtained  before  the  cell  is  lined  with  aluminum 
foil. 


243 


Table  1.    Eraissivity  values  measured  for  standard  surface. 


Etaissivity  Cell  Number 
Condition  of  Tests 


Unlined  11  0.9li+  ±  0.003 

Lined  with  Foil  h  O.928  ±  O.OO5 


3.^+.    Performance  Tests 

Several  tests  are  run  for  the  purpose  of  establishing  the  extent  to  which  the  finite  plate  system 
approximates  the  ideal  infinite  plate  system.    The  first  test  is  to  add  the  aluminum  foil  lining. 
This  produces  sua  effect  comparable  to  increasing  the  extent  of  the  surfaces  facing  the  air  space.  The 
v£ilue  shown  in  the  table  indicates  that  a  1.5*5^  increase  in  measured  emissivity  values  results  frcm 
tising  the  foil.    Because  increasing  the  effective  size  of  the  surfaces  makes  such  a  small  difference, 
it  is  concluded  that,  at  least  at  the  center  of  the  cell  where  the  measurement  is  made,  the  radiemt 
flux  is  close  to  the  infinite  plane  ideal. 

Other  tests  demonstrate  the  degree  of  uniformity  of  the  teniperatiure  of  the  med?.an  plane,  or  the 
plane  defined  by  the  paper  surface  in  the  emissivity  cell.    At  a  distance  of  6  cm  fran  the  center, 
the  temperature  is  only  0.02  deg  lower  than  at  the  center,  and  at  a  distance  of  11.5  cm,  it  is  0.15  deg 
lower.    These  data  can  be  vised  to  show  that,  in  the  central  region,  lateral  heat  flow  has  little  effect 
on  the  over-eill  transfer  of  heat  frcm  the  heated  plate  to  the  median  plane;  i.e.,  the  conducted  heat 
flows  \iniformly  perpendicular  to  the  plates  in  the  central  region.    These  tests  have  led  to  the  belief 
that  heat  flows  through  the  center  of  the  emissivity  cell  nearly  as  it  would  in  the  infinite  plate 
case. 


3.5-  Accuracy 

In  view  of  the  accuracy  with  which  the  parameters  of  the  system  are  known,  it  is  estimated  that 
the  probable  absolute  error  in  the  measurements  does  not  exceed  O.Olif  when  the  foil-lined  cell  is  used. 
As  noted  in  the  table,  the  spread  in  measured  values  is  somewhat  less  than  the  estimated  error. 

3.6.    Test  Surface  Techniques 

After  the  standard  siirface  in  the  emissivity  cell  is  calibrated,  other  surfaces  are  measured  by 
mounting  them  on  the  hot  plate,  measuring  the  conductance  of  the  air  space,  and  using  eq  (5)  to  obtain 
the  emissivity. 

When  measuring  the  emissivity  of  a  surface  of  a  thin  sheet,  the  sheet  is  stretched  over  the  hot 
plate  or  mounted  with  thin  double-faced  pressure-sensitive  tape.    Coatings  are  put  on  a  thin  metal 
foil  or  other  thin  base  material,  which  is  in  turn  mounted  to  the  hot  plate.    The  surface  of  sheets 
which  do  not  have  negligible  thermal  resistance  can  also  be  tested,  provided  appropriate  corrections 
are  made  in  the  evaluation. 


3.7.    Results  Compared  with  Published  Measurements 

Some  verification  of  the  correctness  of  the  described  method  is  obtained  by  cca^jaring  measured 
values  with  values  tabulated  in  the  literature.    It  is  difficult  to  do  this  with  a  high  degree  of 
exactness  because  surface  condition  is  so  iniportant  in  most  cases,  and  because  it  is  difficult  to 
reproduce  s\irfaces  measured  by  others.    Nevertheless  certain  surfaces  may  be  expected  to  have  emissi- 
vity values  falling  within  limited  ranges,  and  some  degree  of  checking  is  possible.    Table  2  shows 
the  ccE^jarison.    Especially  in^iortant  is  the  fact  that  appropriately  low  emissivity  values  are 
obtained  with  reflective  surfaces.    This  helps  to  establish  the  fact  that  convection  heat  transfer 
has  indeed  been  made  urdn^jortant  by  using  the  horizontal  configuration  with  the  hotter  surface  on 
top. 
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Table  2.    Experimental  emlsslvlty  values  compared  with  published  values. 


Surface  T(  °C)  New  Apparatus  Published  (a,b) 

Commercial  aluminum  '+'+  0.28 

paint 


Various  aluminum  2^-38  0.20-0.60  0.27-0.6? 

paints 


Flat  black  alkyd 
enamel 

38 

0.928 

Black  lacquer 

38 

0.87-0.98 

Commercial  aluminum 
foil 

38 

0.065 

Ccsmnercial  aluminum 

38 

0.055-0.11 

foil  and  sheet  goods 


(a)  W.  H.  MacAdams,  "Heat  Transmission". 

(b)  G.  B.  Wilkes,  "Heat  Insulation". 
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Figure  1.     Scheiiatic  view  of  idealized 
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Figure  2.     Schematic  view  of  practical 
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Figure  3,     Sketches  of  apparatus. 
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Heat  Pulse  Experiments  and  the  Study  of 
Thermal  Transport  at  Low  Temperatures 


R,  J.  von  Gutfeld 


IBM  Watson  Research  Center 
Yorktown  Heights,  New  York 


Heat  pulse  propagation  experiments  in  solids  offer  a  relatively  simple  and 
direct  method  for  determining  (1)   the  thermal  carrier  mean  free  path  from  the 
shape  of  the  detected  pulse  and  (2)  the  carrier  velocity  from  the  first  arrival 
time  of  the  thermal  signal.     In  dielectric  samples  this  gives  rise  to  the  phonon 
mean  free  path  and  the  phonon  energy  velocities.     In  metal  samples,  the  electron 
mean  free  path  and  the  Fermi  velocity  are  obtained.     Recent  heat  pulse  experiments 
on  sapphire  and  gallium  will  be  described  to  illustrate  the  technique  and  its  useful- 
ness in  the  study  of  thermal  transport  properties.'' 


Key  Words:    Electron  and  phonon  mean  free  path,  electrons-scattering, 
Fermi  velocity,  gallium,  heat  conduction,  sapphire. 


iFull  test  to  appear  in  W.  P.  Mason,  Physical  Acoustics  Vol.  V,  (Adademic  Press,  New  York,  1968) 
Preliminary  results  were  reported  by  the  author  and  A.  H,  Nethercot,  Jr.,  in  Phys.  Rev.  Letters 
641  (1964)  and  18,  855  (1967). 
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Deviations  from  Matthiessen ' s  Rule  in  the 
Low  Temperature  Thermal  and  Electrical 
Resistivities  of  Very  Pure  Copper 


J.   T.  Schriempf 

Metallurgy  Division 
Naval  Research  Laboratory 
Washington,   D.   C.  20390 


Measurements  have  been  made  of  the  electrical  and  thermal 
resistivities  of  copper  at  temperatures  from  2  to  20°K.     The  ratios 
of  room  temperature  to  helium  temperature  electrical  resistivities 
of  the  three  specimens  studied  ranged  from  1000  to  3000.     In  both 
the  electrical  and  thermal  resistivities,   deviations  from 
Matthiessen ' s  rule  of  the  order  of  100%  were  observed.  These 
results  are  consistent  with  recent  work  by  Dugdale  and  Basinski[  l]-"- 
which  indicates  that  the  deviations  from  Matthiessen 's  rule  can  be 
very  large  when  metallic  impurities  are  the  major  source  of  the 
residual  resistivities. 


Key  Words:     Copper,  electrical  conductivity,  Lorenz  number,  Matthiessen ' s 
rule,  thermal  conductivity. 


1.  Introduction 

Matthiessen's  rule  assumes  that  the  experimentally  observed  electrical  resistivity 
(pgxp)  °f  ^  metallic  specimen  can  be  written  as: 

Pexp=  Po^Pi' 


where  Pq  is  that  portion  of  the  electrical  resistivity  which  is  due  to  electrons 
scattering  from  impurities  and  imperfections,   and  pi  is  the  portion  of  the  electrical 
resistivity  which  is  characteristic  of  the  ideally  pure  metal.     In  pure  metals  it  is  a 
good  assvimption  that  the  thermal  transport  is  due  entirely  to  the  motion  of  the 
electrons,   and  in  this  case,  Matthiessen's  rule  can  be  extended  to  the  experimentally 
observed  thermal  resistivity  (Wg^p) » 


w      =  w  +w  .  , 
exp      o  i' 


(2) 


where  w    and  w.   are  the  thermal  analogues  of        and  p^.     Since  changes  in  atomic  volume 
are  sma?l  at  tie  temperatures  of  interest  here  (below  20°K),   Pq  is  independent  of  tem- 
perature.    Furthermore,   po  and  Wq  are  related  according  to,  the  Wiedemann-Franz  law, 

o 


^Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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where         is  the  Lorenz  number  and  has  the  theoretical  value,   L^jj=  2,443x10"®  V^/deg^. 

Although  the  Wiedemann-Franz  law  as  used  in  eq  (3)  has  been  well  established  in 
pure  metals,  Matthiessen ' s  rule  is  seldom  strictly  obeyed  [2].     Furthermore,   if  one 
takes 

A  =  p       -p . -p  (4) 
p    '^exp  ^1  '^o  ^  ' 

and 

A  =  w      -w . -w  (5) 
w      exp     1  o 

as  the  deviations  from  Matthiessen ' s  rule  for  the  electrical  and  thermal  resistivities, 
respectively,    it  can  be  shown  that  the  deviations  are  always  positive  [2].  Although 
several  workers   [1,3,4]   have  studied  these  deviations  in  copper,   a  careful  comparison 
of  the  thermal  and  electrical  deviations  has  not  heretofore  been  done.     The  data  pre- 
sented below  permit  a  comparison  of  these  deviations  at  temperatures  below  20°K  for 
copper  specimens  with  ratios  of  room  temperature  to  helium  temperature  resistivities  of 
the  order  of  1000  to  3000. 

2.  Experimental 

The  apparatus  used  to  measure  the  electrical  and  thermal  resistivities  of  the 
copper  specimens  from  ~  2.5°  to  20°K  has  already  been  described  [5],     In  this  apparatus 
both  thermal  and  electrical  contact  is  made  at  each  end  of  a  specimen  by  a  single 
copper  clamp,   so  that  a  single  geometric  factor  determines  the  net  thermal,   as  well  as 
the  net  electrical,   resistance.     Thus  the  apparatus  permits  the  measurement  of  both  the 
electrical  and  thermal  resistivities  on  exactly  the  same  specimen. 

Three  copper  specimens  were  prepared  from  American  Smelting  and  Refining  Company 
copper  rod  of  spectrographic  purity  (99.9997o).     Specimen  Cu  1  was  swaged  from  the  stock 
diameter  of  3/8  inch  to  0.125  inch  diameter,   annealed  for  12  hr  at  1000°C  in  air  at  a 
pressure  of  about  10"^   torr,   and  etched  to  a  final  diameter  of  0.119  inch.  Specimen 
Cu  2  was  made  from  the  same  stock  by  swaging  to  a  diameter  of  about  0.080  inch.  This 
specimen  was  etched  heavily  in  50%  nitric  acid  between  steps  in  the  swaging  process  to 
reduce  surface  contamination.     Finally,   the  specimen  was  etched  to  a  diameter  of  about 
0.076  inch  and  annealed  for  3  hr  at  530°C  in  a  vacuum  of  about  lxlO~®   torr.  After 
measurements  were  completed  on  specimen  Cu  2 ,   it  was  annealed  for  about  22  hours  at 
1000°C  in  an  atmosphere  achieved  by  using  a  continuous  air  leak  to  reduce  the 
lxlO~®   torr  vacuum  to  5xl0~*   torr.     This  "oxidized"  specimen,    labeled  Cu  2-0,  was 
found  to  have  a  slightly  larger  diameter  than  Cu  2,     Metallographic  examination  of 
Cu  2-0  revealed  the  presence  of  "holes",   presumably  pockets  of  copper  oxide  formed 
during  the  oxidation  annealing  process.     No  indication  of  oxide  pockets  was  found  in 
Cu  1  or  in  a  test  piece  prepared  by  the  same  technique  used  for  Cu  2,  Spectrographic 
examination  of  the  three  specimens  verified  the  99,999%  purity  of  specimens  Cu  2  and 
Cu  2-0,   but  indicated  about  0,01%  Mn  in  Cu  1,     The  presence  of  0.01%  Mn  in  Cu  1  was 
confirmed  by  colorimetric  chemical  analysis. 

Geometric  shape  factors  for  Cu  1  and  Cu  2  were  obtained  from  optical  comparator 
measurements  of  diameters  and  distances  between  contacts.     The  shape  factor  for  Cu  2-0 
was  obtained  by  assuming  its  electrical  resistivity  at  24°C  was  identical  to  that  of 
Cu  2.     Errors  introduced  in  the  determination  of  specimen  geometry  are  estimated  to  be 
no  greater  than  2%.     Apart  from  errors  in  the  shape  factors,   errors  in  the  measurement 
are  estimated  to  be  no  greater  than  ±  1%. 

3.     Results  and  Discussion 

The  values  of        and  WqT  obtained  by  extrapolation  of  the  data  to  0°K  are  shown  in 
Table  1,   along  with  other  pertinent  characteristics  of  the  three  specimens.     In  the 
case  of  Po,   the  extrapolation  ignored  a  small  minimum  (of  the  order  of  1/2%)  in  the  p-T 
curve  which  occurred  at  about  5°K  for  specimens  Cu  1  and  Cu  2.     It  is  noteworthy  that 
the  values  of  Lq  for  all  three  specimens  are  within  2%  of  the  theoretical  value.  This 
is  in  agreement  with  results  of  Tainsh  and  White  [6]  on  a  specimen  of  comparable  purity, 
and  is  in  marked  contrast  with  earlier  results  by  Powell,  Roder,   and  Hall  [4],     In  view 
of  the  sound  theoretical  and  extensive  experimental  evidence  which  indicates  Lq=L^jj  in 
good  metallic  conductors  of  high  purity  [2],    it  is  felt  that  the  value  of  Lq  obtained 
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by  Powell,  Roder ,   and  Hall  must  not  be  correct  for  high  purity  copper. 


Table  1.     Characteristics  of  copper  specimens. 


Specimen 

p  xlO^^ 
'^o 

On 

P24°CxlO^ 

w  TxlO" 
o 

m  deg^/w 

L  xlO^ 
o 

V^/deg2 

Annealing 

Metallic 
impurities 
ppm 

temp. 

°C 

pressure 
torr 

time 
hr 

Cu  1 

1.73 

1.  77 

7.20 

2.40 

1000 

-10' = 

12 

100  (Mn) 

Cu  2 

.  579 

1.69 

2.34 

2.47 

530 

10"  ® 

3 

<10 

Cu  2 -0(a) 

1.  12 

1.69 

4.52 

2.48 

1000 

5x10"* 

22 

<10 

(a)  Shape  factor  obtained  by  assuming  p„.op  to  be  equal  to  that  of  Cu  2. 


In  figure  1,   the  thermal  and  electrical  resistivity  data  for  all  three  specimens 
are  shown  in  logarithmic  plots  of  Wg^p-Wo  and  Pexp~Po  versus  temperature.     Also  indi- 
cated in  figure  1  by  a  dotted  line  are  the  thermal  data  of  Powell,  Roder,   and  Hall  for 
a  specimen  of  po~  1.2xl0"-'''   fin.     Our  data  on  specimen  Cu  2-0,   which  has  Po~  1 .  1x10"     fin , 
is  in  quite  good  agreement  with  the  Powell,  Roder,   and  Hall  results  above,   say,  15°K. 
The  lack  of  agreement  at  lower  temperatures  is  consistent  with  Powell,  Roder,  and 
Hall's  observation  of  Lo<  ^th'  observed  temperature  dependence  of  the  electrical 

resistivity  is  approximately  T"*'®     for  all  three  specimens  at  temperatures  from  about 
5°  to  20°K.     For  the  thermal  resistivity,   the  observed  temperature  dependence  is 
roughly  T^  near  20°K,   but  becomes  weaker  with  decreasing  temperature,   approaching  T^ 
for  Cu  2  and  T^*°   for  Cu  2-0. 

In  order  to  establish  the  deviations  from  Matthiessen ' s  rule,   as  defined  in 
eqs   (4)  and   (5),   a  knowledge  of  pj^  and  vf^  is  necessary.     The  usual  practice  is  to 
assume  that  Ap  and        are  essentially  zero  in  the  most  pure  specimen;   thus  in  this  work 

Pi=  ^^exp-Po^Cu  2 


and 


. =  (w  -w  )^  „. 
1         exp     o  Cu  2 


With  assumptions   (6)  and   (7)  then,   the  data  in  figure  1  indicate  that  A^  and  A^  are 
much  larger   in  specimen  Cu  1  than  in  specimen  Cu  2-0.     Recent  work  by  Dugdale  and 
Basinski  [4]  with  dilute  alloys  of  Au,  Ge,   and  Sn  in  Cu  indicates  that  the  deviations 
from  Matthiessen's  rule  might  be  much  larger  in  the  case  where  impurities  are  the  major 
source  of  Pq  and  Wq  than  in  the  case  where  dislocations  are  the  source  of  Pq  and  Wq. 
Thus  it  is  tempting,   although  by  no  means  conclusive,   to  claim  that  the  Pq  and  Wq  of 
specimen  Cu  1  are  due  primarily  to  the  Mn  impurity,  while  Cu  2-0  exhibits  a  Pq  and  Wq 
due  chiefly  to  dislocations. 

In  both  the  present  work  and  in  Dugdale  and  Basinski "^s  studies,   the  ideal  resis- 
tivities were  found  by  assuming  A-  and  A^  to  be  negligible  in  the  purest  specimen. 
However,   all  the  specimens  used  in  the  present  study  were  quite  pure  by  current  stand- 
ards,  and  yet  significant  deviations  from  Matthiessen's  rule  were  found  among  them. 
Therefore,   any  conclusions  from  studies  of  this  nature  are  strongly  influenced  by  the 
characteristics  of  the  specimen  chosen  as  the  "ideal"  specimen.     Nevertheless,  the 
present  investigation,    in  agreement  with  Dugdale  and  Basinski's  studies,    indicates  that 
very  small  amounts  of  metallic  impurities  can  cause  extremely  large  deviations  from 
Matthiessen's  rule  in  copper  at  low  temperatures. 
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Figure  1  ■-  Thermal  and  electrical  resistivities  of  copper, 


For  each  specimen,  and 


w^  were  obtained  by  extrapolation  of  the  data  to  0°K.     The  results  for 
specimen  Cu  1  are  indicated  by  o,  Cu  2  by  +,   and  Cu  2-0  by  •.     The  dotted 
line  indicates  data  of  Powell,   et  al.    [4]  for  a  specimen  with  a 
comparable  to  the  p^  of  Cu  2-0. 
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Thermal  Conduction  in  Bismuth  at 

Liquid  Helium  Temperatures - 
Effects  at  Intermediate  Fields-*- 


S.  M.  Bhagat  and  B.  Winer 

University  of  Maryland 
College  Park,  Maryland 


Recent  measurements  [1]     on  the  thermal  conductivity  of  high  purity  bismuth  single 
crystal  samples  have  shown  that  for  1.3<T<2°K  the  conduction  is  mainly  due  to  phonons . 
In  addition,  while  boundary  scattering  is  predominant,  there  is  a  sizeable  contribution 
due  to      scattering  by  electrons.    Application  of  a  transverse  magnetic  field  showed 
that  the  field  dependence  should  be  divided  into  three  regions:     (i)  low  field  region: 
0-100  Oe,  the  thermal  conductivity  decreases  very  rapidly;  the  decrease  being  almost 
certainly  due  to  the  "wiping  out"  of  the  small  electronic  contribution,   (ii)  inter- 
mediate  field  region:     100-1000  Oe,  a  slow  decrease  in  the  thermal  conductivity  (not 
studied  in  any  detail  in  Ref.  1),   (iii)  high  field  region:     above  2000  Oe,  de  Haas 
van  Alphen  oscillations  are  observed.    The  present  paper  is  concerned  with  further 
measurements  in  region  (ii)  .    The  slow  reduction  is  essentially  confirmed  and  it  is 
proposed  that  this  is  related  to  additional  scattering  of  phonons  by  electrons  when 
the  Landau  Level  separation  is  comparable  to  a  typical  phonon  frequency. 

Key  Words:     Bismuth,  electron  scattering,  intermediate  magnetic  fields.  Landau 
levels,  thermal  conductivity. 


1.  Introduction 

Recently,  we  have  reported  some  rather  precise  measurements  [1]  on  the  thermal  conductivity,  X,  of 
high  purity  single  crystal  samples  of  Bi  in  the  range  1.3<T<2°K.    Measurements  were  made  both  at  zero 
field  and  as  a  function  of  magnetic  field  (H)  applied  transverse  to  the  direction  of  heat  flux.  Tlie 
main  conclusions  of  the  investigation  were: 

(a)  the  conduction  is  mainly  due  to  phonons; 

(b)  at  1.3°K  the  electron  contribution  (as  evidenced  by  the  rapid  reduction  in  X  on  application  of 
(H)  amounts  to  about  5%  of  the  total  X  for  the  purest  specimens; 

(c)  while  boundary  scattering  is  predominant,  effects  due  to  scattering  by  electrons  are  also  size- 
able since,  firstly,  de  Haas  van  Alphen  type  oscillations  are  observed,  secondly, the  temperature  depen- 
dence of  X  is  significantly  different  from  T3;  and  thirdly,  the  temperature  dependence  of  X  is  aniso- 
tropic. 

In  observing  the  dependence  on  H  it  was  further  noted  that  for  100<H<1000  Oe  the  value  of  X  reduced 
very  slowly.     The  present  work  was  undertaken  to  further  elucidate  this  behavior.    Although  the  results 
are  still  rather  preliminary,  the  slow  reduction  is  essentially  confirmed.    At  1.34°K,  the  only  tempera- 
ture at  which  these  measurements  have  been  made  so  far,  this  reduction  amounts  to  only  1/2%  of  the  value 
of  X  at  zero  field. 


2.    Method  and  Results 

The  measurements  were  made  essentially  as  described  in  Ref.[l3.  However,  a  slightly  different  pro- 
cedure was  used  for  calibrating  the  resistance  thermometers  in  an  applied  field.     Since  the  effect  v/as 
expected  to  be  very  small, .it  was  not' possible  to  use^^ any  techniques  requiring  extrapolation.    The  bath 
temperature  was  stabilized  at  some  temperature,  say  T  ,  and  a  thermal  gradient  was  established  across  the 
sample  so  that  the  thermometers  read  T^  and  T^-     Tl-ien°the  field  was  swept  and  data  taken.  Subsequently, 
the  bath  temperature  was  stabilized  to  the  zero  field  values  of  T.  and  T    successively  (with  no  heat  flow 


Work  supported  in  part  by  the  Advanced  Research  Projects  Agency. 

■Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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into  the  sample)  and  the  values  of  the  resistors  measured  as  a  function  of  field.  This  field  dependenc 
was  found  to  be  highly  repeatable  and  free  from  any  hysteresis  effects. 

Figs.l  (H||   Bis)  and  2  (H |  j  Trig)  show  the  variation  of  [X (H) -X (0) ] /X(0)  at  1.3416°K  for  a  binary 
sample.     The  two  sets  of  data  are  intended  to  show  the  effects  of  sample  deterioration  between  runs. 
Firstly,  the  region  of  initial  fall  broadens  out  in  field  and  secondly  the  total  fall  itself  is  reduced 
However,  the  slow  fall  region  is  essentially  unaltered.     The  broadening  of  the  initial  fall  region  can 
be  very  easily  understood  by  using  arguments  familiar  from  the  theory  of  magnetoresistance .     At  the  con 
elusion  of  the  thermal  conductivity  runs  the  residual  resistivity  ratio  of  this  sample  was  measured  to 

3.  Discussion 

As  is  well  known  the  application  of  a  magnetic  field  leads  to  the  establishment  of  Landau  levels; 
i.e.  the  electrons  bunch  up  in  levels  whose  separation  is  equal  to  fitu  ,  where  Koj  =eH/m*c.     In  the  case 
of  Bi  one  finds  that  the  separation  between  the  levels  becomes  i^k  (the  Boltzmann  constant)  for  fields 
of  the  order  of  100  Oe.     It  is  therefore  very  tempting  to  suggest  that  the  reduction  in.  Xobserved  by  us 
for  fields  larger  than  100  Oe  is  caused  by  enhanced  scattering  of  phonons  by  electron  transitions 
between  Landau  levels.     In  other  words,  since  the  density-of-states  is  peaked  at  the  Landau  level  ener- 
gies one  should  expect  additional  phonon  absorption.    A  very  naive  picture  will  indicate  that  this  addi 
tional  scattering  may  give  an  enhancement  in  scattering  by  electrons  on  the  order  of  flaj^/E^  where 
is  the  Fermi  energy;  about  1  to  2%  for  Bi  at  H'blO  Oe.    Since  the  electron  scattering  term  {see  Ref.  1) 
amounts  to  only  a  few  percent  of  the  total  thermal  resistivity,  this  will  qualitatively  account  for  the 
effect  observed  by  us. 

We  are  thankful  to  Dr.  J.  R.  Anderson  for  some  useful  discussions. 
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Thermal  Conductivity  of  Pure 
and  Impure  Tin  in  the  Normal 
and  Superconducting  States' 


C.  A.  Reynolds,  J.  E.  Gueths.''  F.  V.  Burckbuchler 
N.  N,  Clark, ^  D.  Markovdtz,  G.  J.  Pearson.^  R.  H,  Bartram,  and  C.  W.  Ulbrich' 
Physics  Department  and  Institute  of  Materials  Science 
University  of  Connecticut 
Storrs,  Connecticut  06268 


Measijrements  of  the  normal-  and  superconducting-state  thermal  conductivities  (K*^  and  ) 
were  made  on  two  pure  (99.999?)  and  twenty  lightly  doped  tin  specimens.    Nine  polycrystalline 
samples  contained  mercury,  lead  or  bismuth  impurity  up  to  1  at.  5l  .    Eleven  single  crystal 
samples  containing  up  to  0.3  at.  %  cadmium  were  measured  with  the  heat  current  nearly  perpendicu- 
lar to  the  tin  tetrad  axis.    The  lattice  component  in  the  normal  state,  K"  ,  is  fractionally  very 
small,  but  is  enhanced  in  the  superconducting  state,  Kg;  the  data  admit  to  analysis  in  terras  of 
the  "universal  curve"  formalism  of  Lirxienfeld  and  Pennebaker  for,        ,  and  the  theory  of  Bardeen, 
Rickayzen  and  Tewordt  for    K^/K"  .    The  electronic  component  in  thenormal  state,        ,  is  assumed 
to  be  of  the  conventional  foftn  XjS/l  +c<T  )"^'.    The  ratio,    /i  / /9  ,  where  /O    is  the  residual 
resistivity,  is  found  to  be  independent  of  impurity  content  and  in  agreement  with  the  theoretical 
Lorenz  number.    The  anisotropy  of  /3   is  found  to  be  similar  to  that  of  /)„  .    The  variation  of  o< 
was  studied  as  a  function  of  impurity  concentration  and  found  to  increase  monotonically  with 
concentration,  as  reported  by  previous  investigators.    Comparison  of  some  of  our    K|/Ke  data 
with  the  theory  of  Kadanoff  and  M«irtin  produced  an  apparent  contradiction  to  Anderson's  theorem. 
This  prompted  us  to  formulate  a  theory,  based  on  featiires  taken  from  the  work  of  Markowitz  and 
Kadanoff  and  of  Hohenberg,  of  the  effect  of  energy  gap  anisotropy  on         .    An  expression  was 
developed  for    K^/K'"'    as  a  function  of  crystal  orientation,  temperature,  and  mean  free  path. 
The  gap  edge,  whfch^is  central  to  thermal  conductivity,  is  rendered  isotropic  by  impurities 
well  before  their  effect  is  felt  on  quantities  such  as  the  average  gap  or  transition  temperature. 
The  theory  is  found  to  reproduce  the  qualitative  features  of  our  data,  as  well  as  that  of 
Guenault  for  pure  tin,  but  it  under-estiraates  the  magnitude  of  the  anisotropy  effect  by  about 
a  factor  of  two.    From  the  isotropic  theory  of  Kadanoff  and  Martin  and  Guenault 's  data  we  have 
estimated  the  effective  gaps  parallel  and  perpendicular  to  the  tin  tetrad  axis.    Using  the  pic- 
ture of  the  Fermi  surface  proposed  by  Klemens,  we  have  calculated  the  average  gap  after  anisotropy 
has  been  washed  out  and  found  that  our  data  is  in  good  agreement  with  theory  when  the  gap  varia- 
tion is  determined  in  this  semi- empirical  way. 


Key  Words:     Electrical  conductivity,  Lorenz  number,  superconducting  energy  gap, 
superconductor,  thermal  conductivity,  tin,  tin  alloys. 
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Temperature  Dependence  of  the  Lattice 
Copper-Nickel  Alloys  at  Low 


Thermal  Conductivity 
Temperatures 


of 


J.  C.  Erdmann  and  J.  A.  Jahoda 

Boeing  Scientific  Research  Laboratories 
P.O.  Box  3981 
Seattle,  Washington  98124 


The  lattice  thermal  conductivity  of  cogper-nickel  alloys  at  low  temperatures 
deviates  systematically  from  the  ordinary  T    -  dependence.     This  deviation  is 
small  in  the  alloys  containing  only  very  little  nickel.     For  higher  concentrations 
of  nickel,  however,  the  temperature  dependence  approaches  T-''  in  the  liquid  helium 
temperature  range.     Only  for  very  nickel-rich  alloys  a  temperature  dependence  of 
the  lattice  conductivity  like  T^  is  found. 

These  findings  result  from  experiments  with  polycrystals  as  well  as  single 
crystals.     The  behavior  of  the  alloys  with  more  than  50  percent  copper  can  be 
understood  in  terms  of  Pippard's  simple  relaxation  model  for  the  ultrasonic  attenu- 
ation by  s-electrons.     Zimmerman  and  Lindenfeld  and  Pennebaker  have  already  in  this 
way  interpreted  similar  results  in  other  alloy  systems.     To  understand  the  behavior 
of  the  nickel-rich  alloys,  however,  Pippard's  model  has  to  be  extended  to  include 
d-electrons.     Such  an  extended  model  has  been  applied.     We  find  that  consistency 
with  experimental  results  exists,  if  the  mean  free  path  of  the  d-electrons  is  up  to 
one  order  of  magnitude  smaller  than  the  mean  free  path  of  the  s-electrons.  Other 
conclusions  concern  the  ratios  of  the  effective  masses  and  the  relaxation  rates. 


Key  Words:    Copper-nickel  alloys,  electrical  conductivity,  electron  mean 
free  path,  thermal  conductivity. 


1.  Introduction 

The  lattice  thermal  conductivity  of  copper-nickel  alloys  at  low  temperatures  is  interesting  mainly 
for  the  following  reason:     The  mean  free  path    I   of  the  electrons  can  become  small  enough  so  that  its 
product  with  the  predominant  phonon  wave  number    q     is  smaller  than  unity.     This  situation  is  usually 
met  in  studies  of  the  ultrasonic  attenuation  by  electrons.     Pippard  [1]^  has  given  a  theory  of  this 
effect,  also  applicable  for  the  case    q  JI>1.     The  value  of  Pippard's  theory  for  investigations  of  the 
lattice  thermal  conductivity  lies  in  the  fact,  that  the  coefficient  of  ultrasonic  attenuation  can  be 
regarded  as  the  reciprocal  of  the  phonon  mean  free  path.     It  is  then  possible  to  study  the  transition 
of  the  lattice  thermal  conductivity  from  the  regime    q  Si>l  (ordinarily  valid  for  thermal  phonons)  to 
the  regime    q  1<1  (often  characteristic  for  ultrasonic  experiments).     This  transition  means  a  breakdown 
of  the  adiabatic  principle,  as  discussed  by  Ziman  [2],  but  the  arising  theoretical  difficulties  are 
avoided  by  Pippard's  approach,  unlike  the  usual  treatment  of  electron-phonon  scattering  in  terms  of  well- 
defined  quantum  states'. 

Zimmerman  [3]  and  Lindenfeld  and  Pennebaker  [4]  have  shown  by  investigations  of  various  alloys  that 
the  low  temperature  lattice  thermal  conductivity,  if  limited  by  the  electron-phonon  interaction,  varies 

(a)  as  the  square  of  the  temperature,  if     q  li,  >>1  (longitudinal  modes)  ; 

(b)  as  the  cube  of  the  temperature,  if     ql  >>  1     (transversal  modes) ; 

(c)  proportional  to  the  temperature,  if    ql  <<  1     (all  modes). 

At  least  the  cases  (a)  and  (c)  seem  to  be  well  verified. 
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As  in  the  case  of  palladium-silver  alloys,  recently  investigated  by  Fletcher  and  Greig  [5],  the 
interest  in  the  thermal  conductivity  of  the  copper-nickel  system  is  enhanced  by  considerations  of  the 
important  role  of  d-electrons.     VJe  shall  concentrate  on  this  topic  and  show  that  certain  specific 
features  of  our  results  can  be  best  explained  in  terms  of  the  contributions  by  d-electrons.     In  partic- 
ular we  can  conclude  that  the  mean  free  path  of  the  d-electrons  is  substantially  smaller  than  that  of 
the  s-electrons,  so  that  the  d-electrons  remain  in  the  "ultrasonic"  regime    qi^  <  1     for  most  of  the 
nickel-rich  alloys. 

The  chosen  alloys  lend  themselves  well  to  this  type  of  investigation,  because  they  form  a  continuous 
series  of  solid  solutions  without  miscibility  gap.     Furthermore,  the  Fermi-surfaces  of  copper  and  nickel 
have  been  investigated  extensively   [6  -  9]. 


2.  Experiments 

2.1.     Sample  Preparation 

Eleven  specimens  have  been  investigated,  three  of  them  single  crystals.     Their  composition  and 
residual  resistivity  are  listed  in  Table  1.     The  single  crystals  were  purchased  from  Materials 
Research  Corp.     They  were  prepared  by  electron  beam  float  zoning,  12  cm  long,  6.0  -  7.5  mm  diameter. 
The  polycrystalline  alloys,   together  with  their  chemical  analysis  and  spectrographic  surveys  were 
provided  by  the  courtesy  of  the  International  Nickel  Company,  Inc.     The  vacuum  cast  ingots  were  hammer 
forged,  hot  rolled  to  13  mm  diameter  and  rough  turned.     The  rough  turned  bars  were  swaged  to  10  mm 
diameter.     Intermediate  annealing  was  performed  at  930°C  when  necessary.     These  specimens  were  finally 
machined  to  size,  10  cm  long,  5.0  mm  diameter.     They  were  annealed  for  24  hrs .  in  the  argon  furnace 
and  allowed  to  cool  slowly. 


Table  1.     Composition  in  weight  percent  and  electrical  residual 

resistivity  p  in  pflcm  of  the  investigated  specimens, 
s.c.  -  single  crystal,     p.c.  -  polycrystal 


Notation 

Type 

Composition 

Po 

pflcm 

Cu  98 

s 

c. 

2 

29 

Ni, 

bal.  Cu 

2 

17 

Cu  96 

s 

c . 

4 

05 

Ni, 

bal.  Cu 

4 

95 

Cu  91 

p 

c. 

9 

30 

Ni, 

0.025  Al, 

bal. 

Cu 

11 

22 

Cu  72 

p 

c . 

27 

96 

Ni, 

0.023  Al, 

bal. 

Cu 

33 

38 

Cu  49 

p 

c . 

50 

50 

Ni, 

0.030  Al, 

bal. 

Cu 

46 

10 

Ni  65 

p 

c . 

64 

87 

Ni, 

0.051  Al, 

bal. 

Cu 

27 

62 

Ni  85 

p 

c . 

84 

70 

Ni, 

0.054  Al, 

bal. 

Cu 

11 

14 

Ni  90 

p 

c . 

90 

24 

Ni, 

0.060  Al, 

bal. 

Cu 

8 

24 

Ni  91(a) 

p 

c . 

91 

05 

Ni, 

0.046  Al, 

bal. 

Cu 

15 

88 

Ni  96 

p 

c . 

95 

60 

Ni, 

bal.  Cu 

3 

91 

Ni  98 

s 

c . 

99 

35 

Ni, 

bal.  Cu 

0 

907 

Ni  98(b) 

p 

c. 

97 

97 

Ni, 

bal.  Cu 

1 

66 

(a)  the  large  value  of     p      suggests  a  different  composition, 
appr.  80  percent  Ni 

(b)  no  thermal  conductivity  data 


2.2.  Measurements 

All  measurements  were  performed  in  the  apparatus  described  previously  [10] .     One  end  of  the 
cylindrical  specimen  was  soldered  to  the  heat  sink,  variable  in  temperature.     To  the  other  end  a  heater 
was  connected,  and  the  temperature  difference  along  the  rod  was  measured  by  means  of  a  differential  gas 
thermometer.     The  electrical  resistance  also  was  measured.     The  vacuum  of  the  specimen  chamoer  was  10-6 
mm  Hg. 

3.  Results 

The  thermal  conductivity  of  the  eleven  specimens  listed  in  Table  1  was  measured  at  temperatures 
between  4.2°K  and  approximately  40°K.     Below  20-30°K  all  alloys  are  well  within  the  range  of  residual 
electrical  resistivity  [10],  so  that  the  VJiedemann-Franz-law  can  be  regarded  as  valid  (L  =  2.45  -lO 
v2/deg2).     The  total  thermal  conductivity  of  the  alloys  and  its  electronic  and  lattice  component  found 
by  using  the  Wiedemann- Franz-law  are  listed  in  Tables  2-12.    The  lattice  thermal  conductivity  of  the 
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alloys  is  plotted  in  figures  1-4. 


Tables  2-12.     Ambient  temperature  in  deg  K,   total  thermal  conductivity  k,  its  electronic 
part  kg,  and  its  lattice  part  kpj,  in  10~3  Wcm~-'-deg~l  for  the  various  speci- 
mens.    The  data  for  k  are  entered  as  measured,  k  is  determined  from  p  (see 
Table  1)  using  the  Wiedemann-Franz  law  with  L  =  2.45   •  10~8  v2  deg-2 .  The 
limit  of  the  validity  range  of  this  separation  method  is  indicated  where 
necessary.     The  exponent  n  expresses  the  temperature  dependence  of  the  lattice 
part  between  4.2°  and  20°K. 


Table  2:     Cu  98  Table  3:     Cu  96  Table  4:     Cu  91 


n=2 

00 

n= 

=2.00 

n= 

=1.97 

T 

k 

ke 

kph 

T 

k 

ke 

kph 

T 

k 

ke 

kph 

4 

23 

yi 

52 

4/ 

92 

23 

60 

4 

24 

36 

68 

20 

98 

15 

/O 

4 

24 

20 

.86 

9 

27 

11 

59 

5 

92 

109.9 

66 

95 

42 

92 

4 

24 

38 

15 

20 

97 

17 

18 

4 

52 

23 

.36 

9 

88 

13 

49 

6 

59 

120.4 

74 

60 

45 

81 

4 

21 

35 

93 

20. 

83 

15 

10 

4 

67 

23 

.80 

10. 

20 

13 

60 

7 

41 

154. 

5 

83 

87 

70 

58 

5 

19 

48 

91 

25. 

65 

23 

26 

4 

87 

26 

87 

10 

63 

16 

24 

8 

21 

172. 

8 

93 

43 

79 

41 

5 

42 

53 

96 

26 

83 

27 

13 

5 

12 

28 

.65 

11 

17 

17 

46 

9 

31 

217. 

2 

105 

4 

111 

8 

5 

82 

60 

68 

28. 

80 

31 

88 

5 

32 

31 

50 

11 

72 

19 

77 

10 

34 

243. 

6 

117 

0 

126 

6 

6. 

12 

66 

59 

30. 

28 

36 

31 

5 

54 

32 

77 

12. 

09 

20 

68 

11 

41 

296. 

2 

129 

1 

167 

1 

6. 

41 

69 

22 

31. 

70 

37 

52 

6 

62 

42 

.32 

14 

46 

27 

86 

12 

59 

338. 

1 

142 

4 

195 

7 

6. 

73 

71 

27 

33. 

30 

37 

97 

7 

08 

49 

28 

15 

45 

33 

83 

14 

01 

391. 

8 

158 

5 

233 

3 

7 

35 

85 

36 

36. 

35 

49 

01 

7 

63 

53 

62 

16 

67 

36 

94 

15 

83 

458. 

5 

179 

2 

279 

3 

7 

78 

93 

44 

38 

50 

54 

94 

8 

01 

57 

64 

17 

50 

40 

14 

18 

85 

630. 

9 

213 

3 

417 

6 

8 

67 

110 

6 

42. 

90 

67 

73 

8 

54 

66 

.06 

18 

66 

47 

40 

19 

34 

604. 

7 

218 

9 

385 

8 

9. 

92 

133 

0 

49. 

08 

83 

94 

9 

20 
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Table  5:     Cu  72 


Table  6:     Cu  49 


Table  7:  Ni  65 
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Table  5  (continued) 


12.38 
12.85 
13.01 
14.25 
14.28 
15.50 
16.52 
17.54 
18.40 
19.95 
19.96 
21.53 
23.24 
25.08 
25.13 
26.99 
26.99 
28.65 
34.95 
35.02 
38.22 
42.05 
47.37 
54.04 


82.90 
87.26 
83.80 
108.6 

99.80 
116.6 
115.6 
128.7 
137. 1 
161.9 
142.1 
152. 1 
177.9 
195.1 
196.4 
222.5 
217.9 
249.2 
283.5 
306.5 
291.0 
306.2 
322.8 
359.3 


9.08 
9.43 
9.55 
10.46 
10.48 
11.38 
12.12 
12.87 
13.50 
14.65 
14.65 
15.80 
17.05 
18.41 
18.44 
19.81 
19.81 
21.03 
25.65 
25.71 
28.06 
30.86 
34.77 
39.66 


73. 

77. 

74. 

98. 

89, 
105, 
103, 
115, 
123, 
147, 
127, 
136, 
160, 
176, 
177, 
202, 
198, 
228, 
257, 
280, 
262, 
275, 
288. 
319, 


Table  6  (continued) 


20.00 
24.00 
30.40 
35.00 
45.00 


90.25 
111.9 
135.0 
142.5 
155.0 


10.62 
12.74 
16.14 
18.58 
23.90 


79.63 
99.16 
118.8 
123.9 
131.1 


Table  7  (continued) 


7.37 
7.67 
8.00 
8.26 
8.55 
8.86 
9.32 
9.34 
9.64 
10.46 
10.81 
11.48 
12.51 
12.54 
13.76 
15.27 
16.98 
18.54 
20.18 
21.49 
24.07 
26.57 
29.13 
32.97 
44.23 
54.16 
65.34 


30.70 
31.15 
31.69 
36.57 
38.30 
37.21 
37.74 
43.25 
41.25 
43.26 
52.79 
52.54 
53.15 
60.14 
59.26 
76.94 
84.52 
95.62 


102.7 
100.5 
114.6 
124.7 
137.0 
139.9 
188.9 
197.7 
219.58 


6.54 
6.81 
7.10 
7.32 
7.58 
7.86 
8.27 
8.28 
8.55 
9.28 
9.59 
10.19 
11.10 
11.12 
12.20 
13.54 
15.06 
16.45 
17.91 
19.06 
21.36 
23.57 
25.84 
29.25 
39.23 
48.05 
57.96 


24.16 
24.35 
24.59 
29.25 
30.71 
29.35 
29.48 
34.97 
32.70 
33.98 
43.20 
42.35 
42.04 
49.02 
47.06 
63.40 
69.46 
79.17 
84.83 
81.46 
93.28 
101.1 
111.2 
110.65 
149.7 
149.7 
161.6 


Table  8:  Ni  85  Table  9:  Ni  90  Table  10:  Ni  91 
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Table  8 

(continued) 

Table  9 

(continued) 

Table  10 

(continued) 
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Table  11:  Ni  96 


Table  12:  Ni  98 


1=2.0 
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24.95 
32.08 
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31.81 
31.38 
31.76 
33.07 
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46.48 
57.28 
55.06 
63.17 
64.79 
95.97 
118.2 
174.4 
230.3 
284.3 
372.6 


27.04 
27.83 
28.70 
29.57 
34.00 
40.57 
44.07 
44.07 
51.07 
60.04 
72.94 
86.65 
123.5 
156.4 
201.1 
263.0 
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09 

845 

98 
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76 
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2 

The  temperature  dependence  of  the  lattice  thermal  conductivity  in  the  temperature  range  between 
4.2°K  and  20°K  can  be  well  described  as  T'^  by  a  single  power    n    of  the  temperature    T.     The  value  of 
n  varies  from  alloy  to  alloy  and  is  included  in  tables  2-12.     It  is  also  plotted  vs.  the  composition 
in  figure  5.     The  same  figure  also  contains  the  value  of  the  lattice  thermal  conductivity  at  4.2°K  as 
a  function  of  the  composition.     The  following  features  of  the  two  curves  are  conspicuous: 

(a)  The  exponent    n    decreases  from  the  value  2.0  for  pure  copper  to  about  1.1  for  Cu50-Ni50. 

(b)  For  very  nickel-rich  alloys  again  a  value    n-2     is  found. 

(c)  In  the  composition  range  Cu50-Ni50  to  Cul0-Ni90  the  exponent    n    varies  only  from  1.1  to 
about  1.3.     The  lack  of  symmetry  with  composition  about  Cu50-Ni50  is  obvious. 

(d)  The  lattice  thermal  conductivity  of  copper  is  about  7.5  times  larger  than  that  of  nickel. 

(e)  The  lattice  thermal  conductivity  of  copper  decreases  rapidly  with  the  addition  of  nickel, 
while  the  lattice  thermal  conductivity  of  the  two  most  nickel-rich  alloys  is  approximately 
constant . 

(f)  For  intermediate  compositions,  the  lattice  thermal  conductivity  is  largest  at  the  composition 
Cu40-Ni60.     It  drops  continuously  on  the  nickel-rich  side  of  the  alloy  system.     On  the  copper- 
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rich 


side  this  drop  is  also  observable,  but  it  interferes  with  the  effect  described  in  (e) . 


4.  Discussion 


The  ratio  of  the  lattice  thermal  conductivity  to  the  total  measured  thermal  conductivity  at  4.2°K 
is  plotted  vs.  the  alloy  composition  in  figure  6.     One  notices  that  for  most  of  the  alloys  this  ratio 
is  larger  than  60  percent.     We  think  that  this  extraordinary  enhancement  of  the  lattice  component  is 
basically  caused  by  the  incomplete  electron-phonon  interaction  which  is  typical  for  a  situation  where 
the  electron  mean  free  path     I     is  smaller  than  the  wave  length  of  the  phonons  with  the  predominant 
wave  number  q,  i.e.  where    qH  <1.     The  theory  of  this  interaction  has  been  given  by  Pippard  [1]  for 
the  coefficient  of  ultrasonic  attenuation.     It  is,  however,  also  relevant  to  the  thermal  conductivity, 
because  the  attenuation  coefficient  can  be  regarded  as  the  reciprocal  phonon  mean  free  path.     Some  of 
the  consequences  of  Pippard 's  theory  have  already  been  summarized  in  the  Introduction. 

Indeed,   the  product     ql     is  smaller  than  unity  for  most  of  the  copper-nickel  alloys.     We  find  this 
result,  shown  in  figure  7,   if  we  calculate    qil  from  the  known  values  of  the  electrical  conductivity  o. 
The  predominant  phonon  wave  number  is  approximately  [11] 

q  =  2  KT/d^Vg)  (1) 


(K  -  Boltzmann  constant,  T  -  abs .   temperature,  !^-h/2Tr  -  Planck's  constant,  Vg  -  sound  velocity).  We 
shall  assume  that  the  electrical  conductivity  arises  from  contributions  by  s-  as  well  as  d-electrons, 
but  most  of  the  current  is  always  carried  by  the  s-electrons  [12],  thus    o  as  a     ,  where 


n  /n 


(2) 


(t     -  relaxation  time  of  the  s-electrons,  n    -  number  of  s-electrons  per  atom,  m    -  effective  mass  of 

s  s  s 

the  s-electrons).     If  we  assume  spherical  energy  surfaces,  we  can  rewrite  eq  (2)  as 

where  S^,^  is  the  area  of  the  Fermi-surface  occupied  by  the  s-electrons  (e  -  electronic  charge) .  From 
eqs  (1)  and  (3)  there  follows 

ql    =  24tt^  (KT/e^v  )    •    (a  /S„  )     .  (4) 

s  s  s     r  s 


The  number  of  s-electrons  per  atom    n      for  a  particular  copper-nickel  alloy  is  fairly  well  known 
from  magnetic  measurements   [13].     It  Irops  from  1.0  in  copper  to  about  0.6  in  Cu60-Ni40  and  retains  the 
value  0.6  approximately  for  the  rest  of  the  system.     The  area  of  the  Fermi-surface         is  approximately 
proportional  to    n  2/3_     p,-,^  pure  copper  its  value  is  23.3  the  approximation  of  spherical 

energy  surfaces     [i4],  and  23.0  if  we  use  Garcia  Moliner's  nonspherical  representation  [15], 

calculated  to  fit  Pippard's  experimental  results  [6]. 

The  number  of  d-electrons,  on  the  other  hand,  increases  from  0.0  in  Cu60-Ni40  to  0.6  per  atom 
in  nickel  [13].     Hence,  in  nickel  their  number  is  equal  to  the  number  of  s-electrons.     But  since  the 
mass  ratio  of  d-  and  s-  electrons  may  be  of  order  10  or  larger,  as  one  can  conclude  from  specific  heat 
measurements   [16],  the  contribution  of  the  d-electrons  to  the  electrical  conductivity  is  quite  small, 
so  that  we  cannot  derive  their  mean  free  path  from  a. 

The  situation  is  different  in  the  case  of  the  ultrasonic  attenuation    a    by  electrons,  which  is 
given  by  the  expression  [1]  •  ■ 


long 


dv  T 
s 


2  2  -1 
q  I  tan  (ql) 

3[qJ6-tan-l(qil)  ] 


(5) 


for  the  longitudinal  waves  and  by 


=  l^aia^  {[(qJl)2+l]tan-\qll)  -  qil}"^  (5a) 
trans      3dv  t  ^ 
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for  transversal  waves.     It  is  important  to  note  that  these  expressions  for  the  attenuation  result  as 
integrals  over  a  spherical  Fermi-surface.     They  have  been  derived  for  s-electrons,  but  it  can  be  shown 
that  the  same  expressions  are  obtained  for  a  spherical  pocket  for  d-electrons.     Provided         ^  ^(j  ' 
it  is  then  obvious  from  eqs  (5)  and  (5a)   that  d-electrons  can  contribute  significantly  to 
a    because  of  their  large  effective  mass. 

Let  us  write,  using  an  obvious  notation, 

a  =  OgCqS-g)  +  •       -  (6, 


The  bar  indicates  some  modification  of  a  due  to  s-d  or  d-s  -  scattering,  respectively.     Other  modifica- 
tions may  arise,  because  the  d-electrons  may  not  occupy  separate  pockets,  but  rather  deep  depressions 
of  the  main  sheet  of  the  Fermi-surface,  as  it  seems  to  be  the  case  in  nickel  [7-9].     For  a  first 
approximation  we  assume  a . a .    .     If  we  now  take    a   as  the  reciprocal  phonon  mean  free  path,  we  can 
calculate  the  lattice  thermal  conductivity  (compare  with  Ref.  [4]): 

3  2" 

1      ^  ^  J     c  /a^_  (c   ,cj    .  f(x)  dx  ,  (7) 


long       .  2    .,2     a  V  .         ^       s     long     s'  d 
DTT      n        s  slong  o 


=         ^        T  c 
K  -5  2        „  c  /a^         (c  ,c,)    •  f(x)  dx  ,  (8) 

trans      jtt    K     H  v  o     s     trans     s  d 

s  strans 


where 


x  3    x  -2 
ql^  ,  c^  =  ql^,     f(x)  =  e  X  (e  -1)       ,  x  = 


qv_ 


and 


V  ,        =  5*10^  cm  s       ,     v  =2.5     '   10^  cm  s 

slong  strans 


In  eqs  (7)  and  (8)  we  use  the  calculated  values  for  I  (fig.  7)  The  appearance  of  I  in  the  denominator 
in  the  expressions  (7)  and  (8)  explains  in  principle  the  observation  (f)  mentioned    under  "Results". 

We  do  not  expect  that  such  a  crude  approach  results  in  good  absolute  values  of  the  lattice 
conductivity.     The  exponent     n    expressing  the  temperature  dependence,  however,  should  be  less 
affected  by  wrong  scaling  constants.     Following  the  Pippard  theory  consequently,  we  should  add  the 
two  components  (7)  and  (8),  in  order  to  obtain  the  total  lattice  conductivity.     This  amounts  to  the 
assumption  of  equally  strong  Interaction  of  the  conduction  electrons  with  both  longitudinal  and 
transversal  vibrational  modes  (Makinson  scheme) .     The  other  case  often  discussed  in  the  literature  [17] , 
is  restricted  to  the  interaction  of  electrons  with  longitudinal  modes  only  (Bloch  scheme) .     The  trans- 
versal modes  are  coupled  to  the  longitudinal  modes  by  at  least  the  normal  phonon-phonon  processes. 
If  we  calculate  the  temperature  exponent    n     from  eqs.    (7)  and  (8)  for  both  the  Makinson  and  the  Bloch 
scheme,  we  find  that  the  former  appears  to  represent  the  results  for  the  most  copper-rich  alloys  better, 
while  the  latter  seems  to  apply  better  to  the  rest  of  the  system,  i.e.  to  most  of  the  alloys.     This  is 
particularly  obvious  for  the  alloy  Cu49-Ni51.     The  calculated  exponent    n    is  plotted  in  figure  8  vs. 
the  alloy  composition.     This  curve  should  be  compared  with  the  corresponding  curve  in  figure  5.  It 
seems  that  with  approximately  equal  relaxation  times  for  s-  and  d-electrons,  a  large  mass  ratio,  and  a 
small  ratio  of  the  Fermi-velocities,  the  experimental  data  for  the  alloys  containing  more  than  40 
percent  nickel  can  be  fairly  well  fitted  by  the  theoretical  values  of    n  ,  if  only  longitudinal  modes 
are  considered.  Since 

q  H  ,  .  T , 

lA^JKA^  ^  (9) 


where    v^      and    v^^    denote  the  Ferml-velocities  of  the  s-  and  d-electrons,  respectively,  we  can 
conclude  tor  confirm)  that  the  mean  free  path  of  the  d-electrons  must  be  significantly  smaller  than 
the  mean  free  path  of  the  s-electrons.     It  also  means  that  below  10°K  the  lattice  conductivity  of  the 
nickel-rich  alloys,   including  those  containing  only  a  few  percent  copper,  belongs  to  the  regime    qJ.^  <1, 
although  there  may  be  qS,  >1.     This  situation  has  been  indicated  in  figure  7. 
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The  results  are  not  so  satisfactory  for  the  copper-rich  alloys,  although  inclusion  of  the  transversal 
modes  brings  some  improvement.     It  is  interesting  that  in  this  composition  range  where  it  is  difficult 
to  fit  the  exponent  n,  the  lattice  conductivity  drops  rather  rapidly  for  even  small  additions  of  solute 
(Fig.  5).     This  effect  is  typical  for  copper-  and  silver-rich  alloys  and  has  been  given  particular 
attention  by  Tainsh  and  White  [19].     The  true  causes  of  this  effect,  however,  are  still  rather  uncertain, 
although  the  most  likely  cause  might  have  to  be  found  in  variations  of  the  electron-phonon  interaction 
itself. 

The  fact  that  the  lattice  conductivity  of  nickel  is  so  much  smaller  than  that  of  copper  [observa- 
tion (d) ]  can  be  explained  by  the  arguments  used  by  Fletcher  and  Greig  [5]  who  made  a  similar  observation 
in  the  silver-palladium  system.     They  explain  the  low  value  of  the  lattice  conductivity  in  transition 
metals  by  the  effectiveness  of  s-d  and  d-d  electron  transitions.     We  think  that  the  copper-nickel  system 
should  behave  correspondingly. 


5 .  Summary 

The  temperature  dependence  of  the  lattice  conductivity  of  well-annealed  copper-nickel  alloys  can 
be  understood  through  Pippard's  theory  of  the  ultrasonic  attenuation  by  electrons.     When  extended  to 
include  d-electrons,  this  model  explains  several  basic  observations.     The  most  important  result, 
however,  is  the  sensitivity  of  the  lattice  conductivity  to  properties  of  the  d-electrons  (quite  unlike 
the " electrical  conductivity),  particularly,  if  their  effective  mass  is  large.     The  experiments  confirm 
that  the  ratio  of  the  mean  free  paths  of  d-  and  s-electrons  in  nickel-rich  alloys  is  ippr.  0.1,  and 
that  the  mass  ratio  is  appr.  10. 
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Figure  1:     The  lattice  thermal  conductivity  vs.   the  abs .   temperature  of  the  alloys  Cu98,  Cu96,  Cu91. 

The  broken  line  refers  to  pure  copper  and  has  been  taken  from  the  literature  [18] .  Single 
crystals  are  denoted  by  s.  c. 
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Figure  2:     The  lattice  conductivity  vs.  temperature  of  the  alloys  Cu72,  Cu49,  Ni65. 
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Figure  3:    The  lattice  conductivity  vs.  temperature  of  the  alloys  Ni85,  Ni90. 
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Figure  4:    The  lattice  conductivity  vs.  temperature  of  the  alloys  Ni91,  Ni96,  Ni98. 
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Figure  5:     The  lattice  thermal  conductivity  at  A.2°K  and  its  temperature  exponent     n    vs.  alloy 
composition  of  the  copper-nickel  system. 
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Figure  6:     The  ratio  of  the  lattice  thermal  conductivity  to  the  total  measured  thermal  conductivity 
at  4.2°K  vs.  alloy  composition. 
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Lu         Weight  Percent  Nickel 

Figure  7:     The  residual  electrical  resistivity  p    and  the  product  of  the  predominant  phonon  wave  number 
q    at  4.2°K  and  the  electron  mean  free  path    i  vs.  alloy  composition,     ql^  =  0,1  q)ig.  The 
curve  foj  qHg  has  been  calculated  from    p,-,    using  the  equation  shown 
(p  ).     The  shaded  areas  indicate  the  regime      qH  <1. 
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Figure  8:     The  calculated  average  temperature  exponent  for  the  range    4  -  15°K  vs.  alloy  composition. 
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Thermal  Conductivity  of  Aerospace  Alloys  at  Cryogenic  Temperatures 

J.  G.  Hust,  D.  H.  Weitzel  and  Robert  L.  Powell 

Cryogenics  Division 
Institute  for  Materials  Research 
National  Bureau  of  Standards 
Boulder,  Colorado  80302 


An  apparatus  for  measurement  of  thermal  conductivity,  electrical  resistivity,  and 
thermopower  of  metals  and  alloys  is  described.    This  apparatus,  a  modified  version  of 
the  one  used  earlier  in  this  laboratory,  utilizes  the  steady- state,  axial  heat  flow  method 
The  samples  are  cylindrical  rods  about  23  cm  long,  and  from  0.1  to  1 .  0  cm^  in  cross- 
sectional  area.    Included  is  a  discussion  about  radiation  induced  errors,  thermometry, 
and  temperature  control  methods.    Results  on  thermal  conductivity,  electrical  resis- 
tivity, Lorenz  ratio,  and  thermopower  (with  respect  to  normal- silver)  are  reported  for 
titanium  and  alviminum  alloys  from  4°  to  300  "Kelvin.    The  data  uncertainty  is  estimated 
to  be  about  1%  below  120°K,  but  up  to  about  5%  near  300''K  when  radiation  effects  be- 
come important. 

Keywords:    Aluminum  alloy,  electrical  conductivity,  Lorenz  ratio,  thermal 
conductivity,  thermopower,  thermoelectric  power,  titanium  alloy. 


1 .  Introduction 

The  development  of  new  materials  for  the  aerospace  industry  has  created  a  demand  for  data  on  the 
thermal  and  electrical  properties  of  these  alloys.    To  help  satisfy  the  immediate  needs  for  these  data 
we  are  making  thermal  and  electrical  conductivity  measurements  from  liquid  helium  temperatures  to 
near  room  temperature  on  several  alloys.    Later  more  accurate  measurements  will  be  made  on  sev- 
eral materials  to  establish  them  as  standard  reference  materials.    Measured  standard  reference  ma- 
terials may  be  used  to  verify  the  accuracy  of  new  thermal  conductivity  apparatus  or  as  reference 
standards  in  comparative  apparatus.    The  availability  of  measured  standard  reference  materials  should 
encourage  more  laboratories  to  enter  this  field  of  measurement. 

Thermal  data  of  technically  important  solids  accurate  to  about  5%  satisfy  current  demands.  How- 
ever, since  future  demands  will  likely  become  more  stringent  and  because  standard  reference  ma- 
terial data  are  also  desired,  this  program  is  directed  toward  the  acquisition  of  data  which  are  accurate 
to  within  1%.    Thermal  conductivity  data  accurate  to  within  1%  are  difficult  to  obtain  for  poor  conduc- 
ting alloys  such  as  titanium  A-llOAT  and  especially  difficult  at  temperatures  above  approximately 
120''K. 

This  paper  describes  the  method  of  measurement  and  the  apparatus.    Included  are  data  for  tita- 
nium A-llOAT  and  aluminum  7039,  along  with  a  brief  discussion  of  errors. 


1 

This  work  was  supported  by  NASA,  (Space  Nuclear  Propulsion  Office)  Contract  R-45. 


271 


2.    Method  of  Measurement 


Of  the  many  methods  described  in  the  literature  for  the  measurement  of  thermal  conductivity, 
probably  the  simplest  both  conceptually  and  mechanically  is  the  axial  heat  flow  method.    In  this  con- 
figuration the  sample  is  in  the  form  of  a  rod  with  constant  cross-sectional  area  and  the  heat  flow  is 
one -dimensional  along  the  axis  of  the  rod.     The  defining  equation  for  one-dimensional  heat  flow  is 

q  =  -xa||  (1) 

where  Q  is  the  rate  of  heat  flow  thru  the  rod;  ^  is  thermal  conductivity  of  the  rod  at  temperature,  T; 
A  is  cross-sectional  area  of  rod;  and  dT/dX  is  the  temperature  gradient  along  the  rod.    The  rate  of 
heat  flow,  Q,  and  area.  A,  are  measured  directly  while  the  temperature  gradient  dT/dX  can  only  be 
approximated  from  a  finite  number  of  measured  values  of  T  and  X  along  the  sample.    For  most  appa- 
ratus there  are  only  two  or  three  points  at  which  T  and  X  are  measured;  in  ours  there  are  eight. 

One  can  approximate  the  temperature  gradient,  dT/dX,  by  AT/AX.    The  quantity  AT  is  the  tem- 
perature difference  between  two  adjacent  measured  points  separated  by  a  distance  AX.    This  approxi- 
iTiation  of  dT/dX  has  the  advantage  of  simplicity  but  the  disadvantage  of  being  mathematically  accu- 
rate only  if  the  increments  AT  are  small  or  if  X  is  independent  of  temperature.    However,  if  AT  is  too 
small,  it  will  be  inaccurate  due  to  measurement  errors.    A  second  method  of  obtaining  the  temper- 
ature gradient  is  as  follows.    The  T,  X  points  are  represented  by  a  function  T  =  T(X)  which  in  turn  is 
differentiated  to  obtain  the  approximate  temperature  gradient,  T  (X)  =  dT/dX.    Caution  must  be  exer- 
cised in  choosing  the  function  T(X)  and  in  determining  its  parameters  to  avoid  introducing  serious 
fitting  errors,  particularly  in  the  slope. 

3.  Apparatus 

The  apparatus  (Fig.  1)  used  in  thi^  experiment  is  essentially  the  same  as  that  used  earlier  at  this 
laboratory  by  R.  L.  Powell,  et  al  [l].      The  present  system  differs  from  the  earlier  ones  principally 
by  the  addition  of  the  floating  sink  and  its  automatic  temperature  controls.    The  floating  sink  allows 
greater  flexibility  in  setting  the  temperature  of  the  top  of  the  sample.    The  temperature  of  the  floating 
sink  is  automatically  stabilized,  thus  greatly  reducing  drift  of  the  sample  temperature  because  of  bath 
temperature  drift.    The  temperature  of  the  shell  (0.5mm  thick  stainless  steel)  surrounding  the  sample 
is  automatically  controlled  to  be  the  same  as  the  temperature  of  the  sample  at  the  bottom  thermo- 
couple station.    Three  trim  heaters  spaced  evenly  along  the  shell  enable  one  to  match  the  shell  and 
sample  temperatures  at  these  locations  as  well.    Since  the  top  of  the  shell  is  in  good  thermal  contact 
'.vith  the  sample  thru  the  floating  sink  block,  it  is  possible  to  closely  match  the  shell  temperature  to 
the  sample  temperature  at  a  total  of  five  points.    This  adjustment  reduces  conduction  losses  thru  the 
leads  connected  to  the  sample  as  well  as  thermal  radiation  losses.    The  measuring  thermocouples  and 
the  shell -to- sample  differential  thermocouples  (both  Chromel  vs  Au  +  0.07%  Fe)  are  electrically  in- 
sulated from  the  sample  and  the  shell.    A  typical  thermocouple  mount  is  illustrated  in  figure  2.  Ther- 
mal contact,  while  still  maintaining  electrical  insulation,  is  obtained  with  epoxy  cement  and  Apiezen  N 
grease  as  shown  in  figure  2. 

This  apparatus  is  designed  to  measure  also  the  thermopower  and  the  electrical  resistivity  of  the 
sample.    The  thermopower  is  determined  by  measuring  the  Seebeck  voltage  between  the  top  and  bottom 
thermocouple  holders  using  36  AWG  "normal"  silver  wires.    The  absolute  thermopower  of  normal 
silver  has  been  determined;  it  is  small  compared  to  most  metals  and  alloys.    Electrical  resistivity  is 
determined  by  passing  a  known  current  through  the  sample  (from  the  sample  heater  thru  the  sample  to 
the  system  ground)  and  measuring  the  voltage  drop  across  the  sample  between  the  top  and  bottom 
thermocouple  mounts.    The  Seebeck  voltage  is  subtracted  from  the  total  voltage  drop  to  obtain  the 
resistix-ity  voltage  drop. 


Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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4.  Samples 


Two  alloys  were  investigated:  titaniiam  alloy  A-llOAT  (annealed)  and  aluminum  alloy  7039-T61. 
The  aluminum  sample  was  ground  into  a  cylinder  with  0.  1  cm^  cros s  -  sectional  area  and  Z3cm  length. 
It  was  supplied  by  ACF  Industries,  Inc.  ,  Albuquerque,  New  Mexico  with  a  chemical  analysis  as  follows: 

Mn  Si  Ni  Cr  Cu  Fe  Ti  Be  Zn  Mg  Al 

.23%        <.10        <.02        0.20       <.10       <.15       0.018        <.001  3.60         2.55  Balance 

The  heat  treatment  T-61  was  in  compliance  with  Kaiser  Aluminum  and  Chemical  Company  proprietary 
heat  treatment  procedure.    The  titanium  sample  was  ground  into  a  cylinder  of  1 .  0  cm^  cross  section 
and  23  cm  length.    It  was  supplied  by  Crucible  Steel  Company  of  America,  Syracuse,  New  York  with 
the  following  chemical  analysis: 

Ti 

Balance 


The  hardness  and  grain  size  of  these  samples  will  also  be  determined  and  reported  in  a  later  publica- 
tion for  more  complete  characterization  of  the  samples. 

5.       Results  and  Discussion 

The  thermal  conductivity,  electrical  resistivity,  and  thermopower  of  titanium  alloy  A-llOAT  and 
Al-7039  were  measured  from  5  to  300  °K  and  their  values  are  given  in  figures  3  thru  8.    The  Lorenz 
ratios  were  calculated  from  these  data  and  are  plotted  in  figures  9  and  10. 

Since  Ti  A-llOAT  was  the  first  sample  investigated  with  this  redesigned  apparatus,  more  runs 
than  normal  were  conducted  to  determine  the  precision  and  reproducibility  of  these  measurements. 
The  temperature  ranges  of  these  runs  were  adjusted  to  obtain  considerable  overlapping  between  runs 
not  only  for  a  given  bath  but  also  between  baths,  e.  g.,  some  runs  using  a  L-He  bath  overlap  runs  using 
L-I^  bath.    The  aluminum  sample  was  measured  over  the  same  temperature  range  as  the  titanium 
sample  but  there  was  less  overlap  in  each  range  and  therefore  fewer  runs  were  required.    The  niimber 
of  runs  and  temperature  range  investigated  with  the  indicated  baths  are  given  below. 


Number 

of  Runs 

Temperature 

range 

Bath 

Ti  A-llOAT 

Al-7039 

Ti  A-1  lOAT 

Al 

-7039 

LHe 

7 

4 

5  -  32°K 

5  - 

28°K 

7 

4 

23  -  105°K 

21  - 

72°K 

10 

6 

66  -  150°K 

72  - 

210°K 

CCfe  and 

Ethanol 

3 

2 

199  -  236°K 

198  - 

225°K 

Ice  and 

Water 

1 

2 

280  -  300°K 

280  - 

296°K 

The  scatter  in  the  data  for  the  individual  runs  and  the  deviation  between  overlapping  runs  are  both  less 
than  1%  below  120°K.  From  120  to  200°K  slightly  higher  deviations  are  observed  and  are  attributed  to 
the  presence  of  thermal  radiation  errors. 


C  Fe  N         Al  H  Sn 

0.07%      0.20         0.01       5.5  0.0158  2.5 
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At  the  higher  temperatures  (between  200  and  300  °K)  the  thermal  conductivity  curve  as  defined  by 
each  run  contains  a  slight  bump  with  the  highest  point  corresponding  to  about  the  middle  of  the  sample. 
This  bump  can  be  explained  by  considering  the  presence  of  a  parallel  path  due  to  thermal  radiation. 
Due  to  the  symmetry  of  the  sample  and  shield  and  the  temperature  distribution  of  each,  the  bottom  of 
the  sample  (hot  end)  should  experience  a  net  loss  of  energy  while  the  top  should  gain  energy.    Thus  the 
calculated  0  is  more  nearly  correct  nearest  the  heater,  becomes  progressively  larger  toward  the 
middle  of  the  sample,  and  becomes  more  nearly  correct  beyond  the  middle  of  the  sample  approaching 
the  top  end.    Such  an  error  in  Q  would  tend  to  produce  the  observed  bumps. 

For  Ti  A- 11  OAT  the  magnitudes  of  these  "radiation"  bumps  are  about  2%  at  200  °K  and  6%  at  300  °K, 
while  for  Al-7039  the  bump  is  masked  by  the  scatter,  i.e.,  less  than  0.5%,  at  200°K  and  is  about  1%  at 
300  °K.    In  an  attempt  to  confirm  that  these  bumps  are  caused  by  thermal  radiation,  a  radiation  shield 
composed  of  loosely  packed  glass  wool  was  placed  around  the  Al-7039  sample.    An  ice-bath  run  was 
repeated  vidth  this  radiation  shield  in  place  and  resulted  in  thermal  conductivity  values  6%  lower  than 
with  no  radiation  shield.    No  bump  is  observed  in  these  data.    The  measured  thermal  conductivity  of 
Ti-AllOAT  at  300°Kwas  lowered  by  13%  by  the  presence  of  the  glass  wool  radiation  shield.    At  200''K 
the  measured  decrease  was  6%,  while  at  115°K  only  a  1%  decrease  was  observed.    At  20  °K  the  pres- 
ence of  the  glass  wool  packing  did  not  affect  the  measured  value  within  the  scatter  of  data.    It  is  con- 
cluded that  the  size  of  the  "bump"  does  not  directly  indicate  the  magnitude  of  the  radiation  errors,  but 
the  presence  of  the  bump  is  direct  evidence  that  radiation  errors  exist.    The  data  presented  in  figures 
3  thru  10  are  consistent  with  the  measurements  made  with  the  glass  wool  packing  in  the  apparatus. 

The  present  results  have  been  computed  with  an  estimated  sensitivity  curve  for  the  Chromel  vs 
Au  +  0.07  atomic  percent  Fe  thermocouples.    This  estimated  curve  may  be  systematically  inaccurate 
by  as  much  as  2%  and  adds  directly  to  the  uncertainty  of  the  thermal  conductivity  data.    The  sensi- 
tivity of  this  thermocouple  has  been  measured  at  this  laboratory  and  the  final  data  will  soon  be  avail- 
able.   At  that  time  thermal  conductivity  values  will  be  recomputed  using  these  more  reliable  data. 
The  final  computation  will  also  be  based  on  more  refined  data  reduction  techniques  and  will  contain 
small  corrections  which  have  not  been  included  yet.    It  is  anticipated  however  that  these  changes  will 
amount  to  no  more  than  approximately  3%. 

The  details  of  these  measurements,  including  a  complete  error  analysis,  will  follow  in  a  later 
publication. 
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Figure  1.    Thermal  Conductivity  Apparatus. 
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Figure  2.    Thermocouple  mount. 
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Figure  3.    Thermal  Conductivity  of  titanium  alloy  A- 11  OAT. 
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Figure  4.    Thermal  Conductivity  of  aluminum  alloy  7039. 
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Figure  5.    Electrical  resistivity  of  titanium 
alloy  A-1  lOAT. 


Figure  6.    Electrical  resistivity  of  aluminum 
alloy  7039. 


0  100  200  300 


TEMPERATURE. "K 

Figure  7.    Thermopower  of  titanium  alloy 
A- 11  OAT.  (vs.  normal  silver). 
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Figure  8.    Thermopower  of  aluminum  alloy 
7039  (vs.  normal  silver). 
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Figure  9.    Lorenz  ratio  of  titanium  alloy  A- 11  OAT. 


Figure  10.  Lorenz  ratio  of  aluminum  alloy  7039. 
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Physical  Properties  of  Indium  from  77  to  350 °K- 


M.  Rarisoni,  B.  K.  Williams,  and  D.  L.  McElroy 

Metals  and  Ceramics  Division 
Oak  Ridge  National  Laboratory 
Oak  Ridge,  Tennessee  37830 


The  electrical  resistivity,  thermal  conductivity,  and  Seeheck  coefficient  of 
three  high-purity  indium  specimens  were  studied  between  80  to  "400 °K  in  a -guarded 
longitudinal  heat  flow  apparatus.     Two  of  the  three  specimens  were  single' crystals 
of  known  orientation  and  data  obtained  from  these  samples  were  used  to  extract 
values  for  the  transport  properties  along  the  two  principal  crystallographic  axes. 
The  third  sample  was  a  coarse-grained  polycrystal.     Electrical  resistivity  data 
are  in  reasonable  agreement  with  the  temperature  variations  reported  for  high- 
purity  indium  resistance  thermometers  and  application  of  the  results  of  this 
study  to  the  behavior  of  resistance  thermometers  is  discussed.     The  thermal 
conductivity  data  for  all  samples  are  consistently  lower  than  values  which  had 
been  obtained  in  another  investigation,  and  the  differences  do  not  correlate 
with  the  differences  in  the  electrical  resistivity  measurements. 


Key  Words:    Electrical  resistivity,  indium,  Lorenz  function, 
resistance  thermometer,  Seebeck  coefficient,  thermal  conductivity. 


1.  Introduction 

Indium  is  a  tetragonal  metal  and  its  transport  properties  are  expected  to  vary  with  crystallographic 
direction.    For  a  tetragonal  crystal,  this  variation  can  be  described  in  terms  of  two  independent  com- 
ponents along  the  [OOl]  and  [lOOl  axes.  [l]^.     The  properties  are  isotropic  when  measured  parallel  to  the 
(OOl)  plane,  so  it  is  common  practice  to  speak  of  two  principal  values  perpendicular  and  parallel  to 
the  [OOl]  axis.     Determination  of  these  two  principal  components  is  the  first  prerequisite  for  under- 
standing the  behavior  of  this  anisotropic  metal.     This  study  of  the  transport  properties  of  indium  was 
undertaken  for  two  principal  reasons: 

(1)  To  further  refine  the  knowledge  of  the  thermal  conductivity  and  electrical  resistivity  of  this 
element  and  attempt  to  determine  the  relative  importance  of  the  electronic  and  phonon  heat  transfer 
components . 

(2)  To  determine  the  effects  of  crystal  anisotropy  on  the  transport  properties  over  a  fairly 
broad  temperature  range.     It  was  thought  that  this  information  would  be  especially  applicable  to  de- 
fining the  variability  of  indium  resistance  thermometers. 

Initially,  it  was  also  felt  that  indium  would  form  a  relatively  simple  starting  point  for  a  series 
of  measurements  on  anisotropic  elements  because  of  its  low  Debye  temperature  (approx  110 °K)  and 
availability  in  relatively  pure  form.     The  difficulties  which  were  encountered  with  plastic  deformation 
soon  dispelled  this  illusion  but  the  measurements,  which  define  the  small  anisotropy  fairly  well,  do 
form  a  good  basis  for  further  studies  In  this  area. 


2.     Specimen  Characteristics 

The  three  high-purity  indium  specimens  were  obtained  from  Semi  Elements,  Inc.,  Saxonburg, 
Pennsylvania.     All  three  specimens  were  in  rod  form,  0.79  cm  in  diameter  and  7.6  cm  long  and  were  pro- 
duced from  one  lot  of  starting  material.     Two  of  the  samples,  designated  SC-A  and  SC-C  were  differently 
oriented  single  crystals  and  one  (PC)  was  a  fairly  coarse-grained  polycrystalline  rod. 


4lesearch  sponsored  by  the  U.S.  Atomic  Energy  Commission  under  contract  with  the  Union  Carbide 
Corporation. 

^Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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Samples  for  metallurgical  evaluation  were  obtained  from  each  specimen  after  the  experiments  had 
been  completed.     The  results  of  a  semiquantitative  spectrograph! c  analysis  are  compared  to  results 
supplied  by  the  Vendor  in  table  1.     The  analyses  indicated  that  the  total  metallic  impurity  content  of 
the  specimens  was  less  than  about  100  ppm,  and  that  the  impurity  content  did  not  vary  much  from  sample 
to  sample.     The  electrical  resistivity  ratios  shown  in  table  2,  P273/P4  2'  ^■^^  greater  than 

7.6  X  10^  and  give  a  qualitative  indication  of  the  sample  purity.  The  residual  resistivities  indicate 
that  impurity  effects  should  contribute  a  maximum  of  about  0.06^0  of  the  total  resistivity  at  77°K,  the 
lowest  temperature  which  could  be  obtained  in  the  apparatus. 


Table  1.     Chemical  analysis  of  indium  specimens. 


Element  Semiquantitative    Spectrographic  Analysis  (ppm) 


Sample  SC-A 

Sample  PC 

Mfg.  Analysis 

Ag 

20 

30 

Al 

0 . 7 

0.2 

B 

0 . 1 

0.3 

Bi 

2 

0.5 

Ca 

4 

i 

Cd 

10 

1 

UO 

u .  yjo 

Cr 

0.5 

1.5 

Cu 

2 

2 

<  1 

Fe 

1.5 

5 

K 

1 

Mg 

0.2 

0.2 

<  1 

Mn 

0.5 

0.5 

Na 

0.6 

2 

Ni 

0.8 

0.03 

Pb 

1 

A 

Sc 

0.5 

1 

Si 

15^ 

1.5 

<  1 

Sn 

1 

Th 

0.6 

2 

Ti 

2 

0.4 

Tl 

2 

7 

<  1 

Zn 

1 

S 

2 

7 

^Accuracy  about  ±50^. 

^alue  may  be  fictitiously  high. 


Table  2.    Characteristics  of  indium  specimens. 


_  Resistivity  „  , 

„      ^            Density  _  ,  .  Hardness  DPH 

Sample          f   1    3\  Ratio  /  2, 

(g/cm-')  /         /        ,  (Kg/mm'') 


PC 

7. 

,28i 

10.7 

X 

10^ 

0.7 

(e 

=  50  °f 

0.9 

(e 

=  62°) 

1.0 

(e 

=  75°  J 

SC-A 

7. 

.285 

10.9 

X 

103 

SC-C 

7, 

,285 

7.6 

X 

103 

and  the  [001]  direction. 
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Density  data  were  obtained  by  immersing  the  samples  in  degassed,  distilled  water  and  are  shown  in 
table  2.     These  results  indicate  that  the  samples  were  free  of  voids  and  close  to  the  reported  value 
(7.28  g/cm^)  [2]. 

The  microstructure  of  the  polycrystalline  sample  is  shown  in  figure  1.     This  examination  was  carried 
out  by  supporting  the  cut  specimen  in  paraffin,  removing  the  distorted  surface  layer  by  repeatedly 
etching  with  concentrated  nitric  acid  and  using  Villella's  reagent  for  the  final  metallographlc  etch. 
The  sample  was  found  to  be  free  of  inclusions  and  to  have  an  average  grain  diameter  of  about  0.28  cm. 
This  grain  size  represents  a  significant  fraction  of  the  sample  diameter  and  the  sample  thus  does  not 
represent  a  true,  randomly  oriented,  Isotropic  polycrystal. 

The  orientations  of  the  two  single  crystals  were  determined  from  back-reflection  Laue  photographs, 
and  three  or  more  patterns  were  obtained  on  each  sample  at  different  axial  and  angular  positions .  The 
patterns  were  indexed  on  the  body-csntered  tetragonal  cell  and  showed  that  the  average  angles  between 
the  sample  axis  and  the  [OOl]  crystallographic  axis  were  8l.5  and  ■41.5°  in  samples  SC-A  and  SC-C, 
respectively.     Based  on  the  internal  consistency  and  reproducibility  of  the  data,  the  uncertainties 
associated  with  these  angles  were  taken  to  be  about  ±2  deg. 

Back-reflection  Laue  photographs  were  also  used  to  confirm  the  microstructure  shown  in  figure  1. 
These  patterns,  obtained  with  a  0.05-cm-diam  beam,  showed  that  the  grains  which  were  observed  were  indeed 
single  crystals  and  that  some  subgrain  boundaries  may  have  been  present. 

Hardness  data  were  obtained  on  three  differently  oriented  grains  of  the  section  and  are  presented 
in  table  2.     The  orientations  of  these  grains  were  determined  from  the  back-reflection  Laue  patterns, 
and  the  hardness  numbers  indicate  that  the  hardness  increases  as  the  plane  of  the  grain  approaches  the 
(lOO)  orientation. 

After  the  experiments  had  been  completed,  the  two  single -crystal  specimens  were  reexamined  to  deter- 
mine if  they  had  been  defonned  during  the  experiments.     X-ray  diffraction  patterns  and  macro-etching  were 
used  to  make  these  checks  and  no  evidence  of  deformation  could  be  found  in  sample  SC-A.     A  band  of  slip 
lines  was,  however,  found  on  sample  SC-C.     These  lines  extended  over  about  1.5  cm  at  one  end  of  the 
specimen  and  Laue  patterns  on  this  area  indicated  that  local  deformation  and/or  recrystallization  had 
taken  place,  probably  within  rather  localized  regions.     The  results  from  this  sample,  which  also  had  a 
lower  resistivity  ratio  than  the  other  two  must  be  less  valid  than  the  results  from  sample  SC-A.  Their 
use  can,  however,  be  justified  on  the  basis  that  the  Laue  photographs  did  not  show  a  change  in  the 
crystal  orientation,  indicating  that  the  deformation  did  not  extend  over  a  large  portion  of  the  sample. 


3 .    Experimental  Procedure 

The  thermal  conductivity,  electrical  resistivity,  and  Seebeck  coefficient  measurements  were  made  in 
the  apparatus  which  has  been  described  by  Moore  et  al.   [3].    With  this  apparatus  the  thermal  conductivity 
and  Seebeck  coefficient  were  determined  under  guarded  axial  heat  flow  conditions  and  the  electrical 
resistivity  is  measured  with  the  standard  four -probe  direct-current  method.     A  general  view  of  the 
apparatus  is  shown  in  figure  2.     A  detailed  error  analysis  presented  by  Moore  e_t  al.    [3]  is  summarized 
in  table  3.    The  analysis  indicates  total  determinate  errors  for  A,  p,  and  S  (in-constj  of  ±1.86^, 
±0.6^,  and  ±1.5^,  respectively.     Since  the  resistivities  and  thermal  conductivities  parallel  and  per- 
pendicular to  the  [OOl]  axis  (pj^,  py,  A|,  A^)  were  obtained  from  a  knowledge  of  the  orientations  of  the 
two  single  crystals,  the  uncertainty  in^the  orientation,  ±2°,  enlarged  the  maximum  errors  associated 
with  these  values  (table  3).     This  additional  error  would  amount  to  a  maximum  of  ±0.06^.     Analysis  of 
this  error  also  indicates  the  importance  of  obtaining  values  on  a  large  number  of  single  crystals  which 
differ  widely  in  orientation. 

The  procedure  for  determining  the  absolute  Seebeck  coefficient  of  indium,  from  the  experimentally 

determined  Sjj^.^Qj^g-t;  values  has  also  been  described  by  Moore  et  al.   [3],  who  pointed  out  the  large 

absolute  errors  which  arise  from  taking  the  difference  between  two  large  values,  .  and  S  ,  • 

^  '     In-const  const-Pt 

Some  minor  modifications  of  the  technique  were  introduced  to  solve  problems  which  were  due  to  the 
extremely  poor  mechanical  properties  of  indium.     The  5-mil-diam  Chromel-P  vs  Constantan  thermocouples 
were  attached  to  the  specimen  by  forcing  the  ends  of  the  individual  wires  into  the  surface  of  the 
specimen  a  distance  of  about  three  wire  diameters.     The  wires  entered  the  surface  of  the  samples  at  an 
angle  of  about  90°.     The  entrance  points  of  the  two  wires  were  located  about  two  diameters  apart  and  the 
measuring  Junctions  were  thus  made  through  the  indium  specimen.     The  mechanical  stability  of  the  junction 
was  considerably  improved  by  cementing  both  leads  to  the  specimen  with  a  drop  of  nonconducting  epoxy 
resin.     The  specimens  were  attached  to  the  removable  copper  base  with  conducting  epoxy.     This  material 
provided  a  satisfactory  mechanical,  thermal  and  electrical  contact  and  eliminated'  the  clamping  arrange- 
ment shown  in  figure  2  which  would  have  deformed  the  soft  indium  specimens. 

The  specimen  diameters  were  determined  with  an  optical  comparator.     The  polycrystalline  specimen 
was  quite  uniform,  showing  a  maximum  variation  of  0.2^  but  the  surfaces  of  the  two  single -crystal 
specimens  were  pitted  and  had  maximum  variations  of  0.3fo.     The  dimensions  used  for  computing  the 
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Table  3.     Summation  of  measurement  errors. 


S 


spec-co 


Temperature  measurement 

Uncertainty  of  measurement  temperature  ±0.1 °K  ±0.1 °K         ±0.1 °K 

Uncertainty  of  AT  measurement  (%}  ±1.0  ±i'o 

Dimensional  measurement  (%) 

Distance  between  thermocouples  <  ±0.36  <  ±0.36 

Area  +O.13  +q\-^2 

Power  measurement  {%) 

Measurement  of  E  and  I  <  ±0  17 

Power  loss  down  leads  <  ±0.2 

Uncertainty  in  voltage  (%) 

Between  similar  legs  of  thermocouple 
Nos.  2  and  3  ±0.1  ±0.5 


TOTALS  ±0.6fo  ±i.5i  ±1.86% 

Repeatability  without  system  change  +O.I/0  ±0.1%  ±0.15^ 


electrical  resistivity  and  thermal  conductivity  were  obtained  by  averaging  a  large  number  of  determin- 
ations.    The  effective  distances  between  the  thermocouples  (and  voltage  probes)  were  obtained  from 
knife-edge  measurements.     The  knife  edge  measurements  were  not  completely  satisfactory,  one  sample 
(SC-C)  was  damaged  by  knife  cuts  approximately  0.1  cm  deep. 


4.     Experimental  Results 

The  data  reported  were  obtained  from  six  separate  assemblies  of  the  apparatus.     Sample  SC-A  was 
instrumented  twice  but,  except  for  three  electrical  resistivity  values  all  of  the  data  reported  for  it 
are  from  one  run.     All  of  the  data  for  samples  SC-C  were  obtained  from  one  run.     Three  runs  were  made 
with  the  polycrystalline  specimen.     Some  Seebeck  coefficient  data  were  obtained  during  all  three  of 
these  latter  runs,  electrical  resistivity  data  were  only  taken  during  the  first  and  second  runs,  and 
thermal  conductivity  data  were  obtained  during  the  first  and  third  runs.     The  limited  amount  of  thermal 
conductivity  data  obtained  during  the  second  run  on  the  polycrystalline  specimen  were  discarded  because 
difficulties  with  thermal  grounds  made  it  impossible  to  maintain  a  satisfactory  temperature  match 
between  the  specimen  and  guard  cylinder. 

4..I.    Electrical  Resistivity  Data 

The  raw  electrical  resistivity  'data  can  be  manipulated  in  a  number  of  ways,  so  it  seems  pertinent 
to  describe  the  sequence  which  we  employed.     The  data  obtained  were  first  fitted  to  an  empirical 
equation  of  the  form: 

p  =  A  +  BT  +  CT^  +  DT^  (1) 


and  are  shown  in  a  differen;3e  plot,  figure  3.     The  data  shown  in  this  figure  were  not  corrected  for 
volume  changes  on  cooling  and  were  not  resolved  along  the  crystal  axes.     The  empirical  equation  can  be 
seen  to  give  adequate  descriptions  of  all  the  results  and  the  values  for  the  constants  are  shown  in 
table  4.     The  data  for  sample  PC  show  the  largest  scatter  from  the  equation,  about  ±  O.2/0,  and  the  result 
for  the  two  single  crystal  samples  vary  by  ±0.1^  or  less. 

The  individual  data  points  were  also  corrected  for  the  change  from  the  room  temperature  volujme 
("corrected"  data)  and  fitted  to  eq  (l) .     The  expansion  data  of  Smith  and  Schneider  [4]  were  used  to 
make  the  adjustments  for  the  single  crystals.     An  average  volumetric  coefficient  of  expansion  [5]  was 
used  for  sample  PC  and  the  principal  expansion  coefficient  data  were  used  for  the  two  single  crystals  [4] 
Values  for  the  coefficients  [eq  (l) ]  obtained  for  the  corrected  data  on  all  three  samples  are  also  shown 
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Table  4-.     List  of  the  equations  used  to  fit  the  experimental  results. 


Sample  PC 

p(T)  =  -0.3723  +  2.6053  X  lO'^T  +  5.9102  x  lO'^T^  +  3.9-432  x  lO'^T^ 

p3-(T)  =  -0.3792  +  2.6029  x  lO'^T  +  5.2866  x  lO'^T^  +  4.2080  x  lO^^T^ 

A(T)  =  1.0432  -  7.9987  x  W^T  -  0.9938  x  10"''t2 

X^(T)  =  1.0472  -  7.6755  x  lO-'^T  -  2.8227  x  lO-'^T^ 
Sample  SC-A 

p(T)  =  -0.3228  +  2.4642  x  lO'^T  +  1.6382  x  lO'^T^  +  2.3961  x  lO'^T^ 

pa(T)  =  -0.3416  +  2.5066  x  IQ-^T  +  1.5733  x  lO'^T^  +  2.2107  X  10"^T^ 

?\(T)  =  1.0502  -  9.3418  x  lO'^T  +  2.1528  X  IC'^T^ 

A^(T)  =  1.0445  -  9.4793  X  lO'^^T  +  3.2207  x  W'^T^ 
Sample  SC-C 

p(T)  =  -0.2681  +  2.4051  x  lO'^T  +  1.8256  x  lO'^T^  +  1.5357  X  lO'^T^ 

p^(T)  =  -0.2358  +  2.3256  X  lO'^T  +  2.2523  X  lO'^T^  +  0.8683  x  lO'^T^ 

A(T)  =  1.0216  -  6,9767  X  10"'^T  -  1.1767  x  lO^'^T^ 

A^(T)  =  1.0284  -  7.2824  x            -  0.9020  x  lO-'^T^ 
Electrical  resistivity  and  thermal  conductivity  along  the  principal  axis  ([OOl]  directionj : 

p(T)  =  -0.2236  +  2.3570  X  IQ-^T  +  1.9782  x  lO'^T^  +  0.8351  X  lO'^T^ 

p^(T)  =  -0.1417  +  2.1648  X  lO'^T  +  2.8958  x  lO'^T^  -  0.3989  x  lO'^T^ 

7\(T)  =  0.9983  -  5.0509  x  lO-'^T  -  3  .iZlZ  x  IC'^T^                            '  ' 

A^(T)  =  1.0154  -  5.4935  X  lO'^T  -  4.2590  X  lO-'^T^ 

Electrical  resistivity  and  thermal  conductivity  along  any  directions  normal  to  the  principal 
[001]  axis: 

p(T)  =  -0.3250  +  2.4670  X  lO'^T  +  1.6305  x  lO'^T^  +  2.4310  X  lO'^T^ 
p^(T)  =  -0.3560  +  2.5310  X  lO'^T  +  1.4300  X  lO'^T^  +  2.4877  x  lO'^T^ 

?\(T)  =  1.0514  -  9.4377  x  10'*^T  +  2.2878  x  lO-'^T^        ,  . 
A^(T)  =  1.0451  -  9.5684  x  10"^T  +  3.3879  x  10'''t2 
Electrical  resistivity  and  thermal  conductivity  calculated  for  an  isotropic  polycrystal 

p(T)  =  -0.2912  +  2.4303  X  lO'^T  +  1.7464  x  lO'^T^  +  1.8990  X  lO'^T^ 
p^(T)  =  -0.2846  +  2.4089  X  lO'^T  +  1.9186  x  lO'^T^  +  1.5255  X  lO'^T^ 

7\(T)  =  1.0337  -  7.9754  x  lO-'^T  +  0.6878  x  lO-'^T^ 
A®(T)  =  1.0352  -  8.2101  x  10"^T  +  0.8356  x  IQ-'^T^ 


Experimental  results  corrected  for  thermal  volume  changes. 
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in  table  4-.     The  importance  of  this  correction  for  indium  should  be  noted.     At  the  lowest  temperature 
(77°K)  the  volume  change  correct!  on  changes  the  resistivity  of  sample  PC  by  — 0.6*^^  while  the  values  for 
samples  SC-A  and  SC-C  are  changed  by  +0.5$  and  -0.5'?^,  respectively. 

Empirical  equations  for  the  principal  resistivities  (pj^  and  p,,)  were  obtained  from  the  coefficients 
[eq  (l) ]  for  samples  SC-A  and  SC-C.     These  calculations  were  carried  out  with  the  standard  orientation 
formula  [6]  using  the  crystal  orientations  obtained  from  the  x-ray  patterns.    Empirical  coefficients 
were  generated  for  both  uncorrected  and  corrected  smoothed  results.     The  four  sets  of  empirical  coeffi- 
cients obtained  for  the  two  principal  resistivities  are  also  shown  In  table  4-. 

Finally,  two  sets  of  empirical  temperature  coefficients  for  isotropic  polycrystalline  Indium  were 
generated  from  the  equations  for  the  principal  resistivities.     These  calculations  were  based  on  the 
formula  for  the  resistivity  of  a  randomly  oriented  polycrystal  [6].     These  two  equations,  which  refer 
to  corrected  and  uncorrected  data  are  shown  in  table  4-. 

Smoothed  values  for  the  thermal  conductivity,  electrical  resistivity  and  Seebeck  coefficient  at  20° 
Intervals  are  shown  In  table  5.     The  data  for  the  thermal  conductivity  and  electrical  resistivity  are 
corrected  for  volume  change  effects  and  were  obtained  from  the  empirical  equations  shown  in  table  4. 
Data  calculated  for  isotropic  polycrystalline  Indium  are  included  and  should  be  compared  to  the  results 
for  sample  PC.     The  absolute  Seebeck  coefficient  values  were  obtained  by  graphically  smoothing  the 
experimental  data. 

One  additional  point  on  the  calculation  of  resistivity  values  for  isotropic  polycrystalline  indiiim 
should  be  considered.    For  anisotropic  materials,  it  has  been  shown  [l,6]  that  the  resistivity  of  a 
randomly  oriented  polycrystal  should  depend  on  the  sample  geometry  and  thus  is  not  uniquely  related  to 
the  principal  resistivities.     Two  limiting  cases  have  been  treated,  the  difference  between  the  two 
developments  being  whether  the  electric  field  or  current  density  vector  is  assumed  parallel  to  the 
sample  axis.     The  treatments  also  apply  to  thermal  conductivity  values,  but  for  Indium,  which  has  a 
small  anlsotropy  ratio,  both  averaging  formulas  yield  essentially  identical  results  (within  ±0.02^)  . 
The  calculated  average  thermal  conductivity  and  electrical  resistivity  values  shown  in  table  5  are 
therefore  not  sensitive  to  this  variable.     The  effect  cannot,  however,  be  neglected  for  materials  with 
large  anlsotropy  ratios.     In  these  substances  the  concept  of  an  average  conductivity  or  resistivity  for 
an  isotropic  polycrystalline  sample  is  most  nebulous  [7]  because  the  measured  values  would  depend  upon 
the  length  to  diameter  ratio  of  the  specimen. 

The  general  behavior  of  the  smoothed  corrected  electrical  resistivity  data  is  shown  in  figure  4. 
All  three  curves  are  concave  upward,  and  the  difference  between  the  principal  resistivities,  which  is 
nearly  constant  at  the  lowest  temperatures,  progressively  Increases  at  higher  temperatures.  The 
electrical  resistivity  values  obtained  In  this  study  can  be  compared  to  the  results  of  several  previous 
investigations.     Powell  et  al.   [8]  have  reported  electrical  resistivity  and  thermal  conductivity  data 
for  a  fairly  pure  polycrystalline  indium  specimen  from  73  to  393 °K,  Olsen  [9]  has  listed  values  for  the 
principal  resistivities  (pj^  and  P||)  at  273 °K  and  several  Investigators  [10,11,12]  have  described  the 
characteristics  of  indium  resistance  thermometers.     The  volume  change  corrections  were  not  used  for 
these  comparisons  because  the  other  investigators  did  not  employ  this  correction. 

The  resistivity  values  reported  by  Powell  et  al.    [8]  are  consistently  higher  than  the  values  found 
for  our  polycrystal  or  calculated  from  the  two  principal  resistivities.     The  differences  decrease  from 
a  maximum  of  4.7'?^  at  80 °K  to  only  about  0.5^  at  the  ice  point.     The  latter  value  is  easily  within  the 
combined  errors  of  the  two  experiments,  but  at  lower  temperature,  the  differences  are  real.     An  alternate 
way  to  describe  the  difference  is  to  note  that  up  to  about  225 °K  the  separation  in  the  resistivity  values 
is  essentially  a  constant,  equal  to  about  0.07-0.08  [in- cm.     This  difference  is  qualitatively  consistent 
with  an  impurity  effect  and  inconsistent  with  an  anlsotropy  effect.     The  latter  conclusion  is  based  on  the 
fact  that,  without  the  contraction  correction,  the  two  characteristic  electrical  resistivities  tend  to 
approach  the  same  curve  at  low  temperatures.     The  hypothesized  impurity  effect  can  be  further  tested  by 
comparing  the  measured  resistivity  difference  with  a  value  which  can  be  estimated  from  the  sample  purity. 
The  data  of  Aleksandrov  [l2a],  who  studied  the  effects  of  Impurity  additions  on  the  resistivity  ratio 
of  indium  were  used  for  this  calculation,  which  yields  a  Matthiessen  resistivity  difference  of  about 
0.01  |j,fi'cm.     This  value,  which  is  only  13$  of  the  observed  electrical  resistivity  difference,  does  not 
confirm  this  explanation,  and    thus    the  resistivity  discrepancy  cannot  definitely  be  ascribed  to  sample 
purity  effects. 

The  ice  point  principal  resistivities  and  anlsotropy  ratio  given  by  Olsen  [9]  are  in  reasonably 
good  agreement  with  the  results  of  this  study.     Both  studies  indicate  that  the  electrical  resistivity 
parallel  to  the  [OOl]  axis  is  lower  than  the  resistivities  parallel  to  the  [lOO]  and  [OlO]  axes.  Data 
obtained  in  this  study  yield  an  ice  point  anlsotropy  ratio  (pj/p,,)  of  1.034,  while  the  data  described 
by  Olsen  indicate  a  ratio  of  1.05.     The  ice  point  resistivity  values  of  Olsen  are  0.6  and  2.2^  higher 
than  the  values  that  we  obtained  for  the  [001 ]  and  (lOO)  directions.     All  attempts  to  resolve  these 
differences  were  frustrated  because  the  original  data  publication  could  not  be  traced. 
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The  results  of  this  study  are  compared  to  resistance-temperature  characteristics  of  indium  ther- 
mometers in  figure  5.     Resistance  ratio  values  calculated  for  an  ideal,  isotropic  polycrystal  form  the 
base  line  for  this  plot  and  the  resistance  ratios  derived  from  the  two  principal  resistivities  define 
the  outer  limits  of  variations  which  could  be  expected  from  anisotropy  effects.     None  of  the  data  shown 
were  corrected  for  the  residual  resistivities.     Based  on  the  thermometer  sensitivity,  d(R/Ro)/dT,  the 
width  of  the  anisotropy  band  decreases  from  about  3.1°  at  100°K  to  1.9°  at  250°K,  and  illustrates  the 
necessity  for  thermometer  stabilization  and  calibration.     The  resistivity  values  of  Powell  et  al.  [8], 
which  fell  outside  the  anisotropy  envelope,  were  not  included  in  the  plot.     The  temperature  dependences 
found  by  White  and  Woods  [lO],  Yates  [ll],  and  values  for  our  polycrystalline  specimen  are  seen  to  be  in 
good  agreement  and  to  be  consistent  with  only  a  small  amount  of  anisotropy.     This  plot  also  offers  a 
possible  explanation  for  the  results  of  Swenson  [12],  which  had  been  thought  to  be  anomalous  [ll]. 
Swenson's  results  are  in  good  agreement  with  the  curve  for  an  [OOl]  oriented  wire,  and  these  results 
thus  indicate  the  importance  of  anisotropy  effects  for  indium  resistance  thermometers. 


<4.2.     Thermal  Conductivity  Data 

Treatment  of  the  thermal  conductivity  data  for  the  three  specimens  followed  the  procedure  outlined 
for  the  electrical  resistivity  results.     The  empirical  equation  chosen  was: 

7s  =  A  -  BT  ±  CT^  .  (2) 


The  fit  of  the  uncorrected  data  to  this  equation  is  shown  in  figure  3.     The  equation  works  rather  well 
at  temperatures  above  about  150 °K,  but  small  systematic  deviations  appear  at  lower  temperatures. 
Equations  for  the  actual  samples,  principal  conductivities  and  conductivity  of  isotropic  indium,  both 
corrected  and  uncorrected  for  volume  changes  are  shown  in  table  <+. 

The  temperature  and  orientation  dependence  of  the  smoothed,  corrected  thermal  conductivity  values 
are  shown  in  figure  6.     The  curves  for  the  two  principal  conductivities  are  nearly  parallel  at  high 
temperatures  and  converge  at  about  80 °K.     The  maximum  anisotropy  effect  is  only  about  2.5%,  which  is 
within  the  combined  uncertainties  of  the  two  measurements.     The  anisotropy  of  the  thermal  conductivity 
is  thus  not  well  defined,  but  the  magnitude  and  direction  of  the  observed  effect  is  consistent  with  the 
anisotropy  of  the  electrical  resistivity.     The  curve  for  the  polycrystalline  specimen  follows  the  trend 
shown  by  the  principal  conductivities  but  lies  slightly  above  the  latter  values  at  the  lowest  temper- 
atures.    This  difference  is  also  well  within  the  combined  uncertainties  of  the  two  measurements  and 
does  not  seem  to  be  due  to  difficulties  with  the  volume  change  correction  because  the  electrical 
resistivity  does  not  show  this  behavior. 

Powell  et  al.    [8]  have  reported  values  for  the  thermal  conductivity  of  a  polycrystalline  indium 
specimen  from  73  to  393 °K  and  these  values  are  compared  to  the  results  of  this  investigation  in  figure  6. 
This  comparison  shows  that  the  values  of  Powell  et  al.  are  consistently  larger  than  all  of  the  results 
of  this  study,  the  difference  decreasing  from  about  10.5^  at  78°K  to  4-. 3^  at  room  temperature.  The 
curves  for  the  principal  conductivities  show  that  the  difference  cannot  be  attributed  to  preferred 
orientation  effects,  and  the  resistivity  values  of  Powell  et  al. ,  which  are  consistently  higher  than  the 
data  from  this  study,  show  that  the  difference  is  inconsistent  with  the  difference  in  sample  purity.  By 
elimination,  then,  the  discrepancy  must  be  attributed  to  experimental  difficulties.     The  results  of  the 
present  study  are  supported  by  an  intercomparlson  of  results  on  platinum  specimens  which  has  been 
summarized  by  Flynn  [l3].     This  summary  shows  that  the  data  due  to  Powell  [14-]  are  also  consistently 
higher  than  the  values  from  other  laboratories  in  this  temperature  range  and  the  measurements  of 
Moore  [15]  on  Powell's  platinum  specimen  indicate  that  the  difference  cannot  be  attributed  to  sample 
variations . 


A. 3.     Seebeck  Coefficient 

Values  for  the  absolute  Seebeck  coefficient  of  indium  are  shown  in  figure  7  and  table  5.     These  data 
were  obtained  from  the  measured  Seebeck  coefficients  (Sjn-const''  '  values  for  the  Seebeck  coefficient  of 
constantan  with  respect  to' platinum  [l5]  and  the  absolute  Seebeck  coefficient  of  platinum  [l6].  The 
absolute  Seebeck  coefficient  of  indium  appears  to  be  small  and  positive  throughout  the  range  of  the 
measurements,  but  the  total  uncertainties  are  so  large  that  even  the  sign  of  the  coefficient  is  not  well 
established.     Including  estimated  uncertainties  for  SCongt-Pt  and  Spt,  the  total  maximum  error  for  the 
data  would  vary  from  ±130^  at  100 °K  to  ±50^^  at  300 °K.     The  anisotropy  effect  (Sj_-S||)  found  from  these 
data  is,  of  course,  better  defined  at  a  given  temperature  because  most  of  the  errors  must  have  the  same 
effect  on  both  coefficients.     Analysis  of  the  errors  associated  with  the  difference,  Sjj-S||,  indicates 
this  quantity  may  be  significant.     It  should  be  noted  that  the  Seebeck  coefficient  apparently  becomes 
more  isotropic  as  the  temperature  increases,  which  is  opposite  to  the  trend  shown  by  the  electrical 
resistivity  and  thermal  conductivity. 
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5.     Discussion  of  Results 


Although  no  theory  of  the  transport  properties  of  anisotropic  metals  has  been  developed  [l7],  it  is 
interesting  to  see  what  sort  of  conclusions  can  be  drawn  from  using  the  simple  theories  for  isotropic 
metals.     Applying  the  modified  Bloch-Gnineisen  [3]  equation  to  the  electrical  resistivity  results  offers 
one  such  test.     This  equation,  which  gives  a  good  description  of  the  electrical  resistivity-temperature 
behavior  of  many  metals  [6],  reduces  to  a  simple  polynomial  in  the  temperature  range  studied 
(0.729^^  to  3.186^)  : 

p  =  |i  +  A2T  +  A3T2  .  (3) 


The  A3  term,  which  arises  from  the  temperature  variation  of  the  Debye  temperature ,  should  be  related 
to  the  dominant  linear  term: 


A3  S  2a^YA2  ,  .  (A) 

where 

a    =  volumetric  expansion  coefficient,  and  .   

Y  =  Gruneisen  constant.  - •  ■ 

Also,  the  Ai  term  should  amount  to  only  a  few  percent  of  the  total  over  the  reduced  temperature  range  of 
interest.     As  shown  by  table  6,  the  smoothed,  corrected  resistivity  values  from  table  5  fit  this 
equation  rather  well.     The  A^  term  is  seen  to  contribute  a  maximum  of  about  5^  of  the  total  resistivity 
at  100 °K  and  the  maximum  variation  of  the  linear  coefficient  (A2J  is  only  about  Afo. 


Table  6.     Least-squares  values  for  modified  Bloch-Grtlneisen  equation. 


Resistivity  Data 

A2 

V: 

A3 

Maximum  Deviation 

do] 

at  Temperature 
(°K) 

Parallel  to  [001 ] 

-8. 

.716 

2, 

.117  X 

10-2 

2. 

.805  X 

10-5 

0.5 

80 

Perpendicular  to  [001] 

-10. 

.214 

2, 

.131  X 

10-2 

3. 

.160  X 

10-5 

0.3 

80 

Theoretical 

polycrystal 

-9. 

.720 

2. 

.126  X 

10-2 

3. 

.041  X 

10-5 

0.06  . 

140 

Experimental 

polycrystal 

-5. 

,671 

2. 

.051  X 

10-2 

3, 

.244  X 

10-5 

1.08 

80 

^ata  from  Table  5. 


Examination  of  the  coefficients  obtained  for  the  two  principal  directions  shows  that  the  anisotropy 
arises  almost  exclusively  from  the  A3  term.     The  ratio  of  the  first  two  terms  (A^/T  +  A2T)j^/(Ai/T  +  A2T) n 
varies  from  0.995  at  80°K  to  1.006  at  350°K  while  the  anisotropy  ratio  varies  from  1.000  to  1.045.  The 
theoretical  expression  for  the  A3  term  [eq  (4) ]  does  not  allow  for  an  anisotropy  effect,  but  if  one  takes 
the  liberty  of  replacing       with  the  two  principal  expansion  coefficients,  the  term  can  at  least  correlate 
the  signs  of  the  resistivity  and  linear  thermal  expansion  anisotropies  [4].     This  correlation,  which  is 
not  valid  for  all  metals,  has  of  course  been  recognized  for  some  time  [18].     This  Is  about  as  far  as 
the  point  can  be  pressed,  the  eq  (4)  could  not  be  expected  to  hold  for  indium  which  has  a  very  anisotropic 
thermal  expansion  coefficient  and  the  magnitude  of  the  A3  term  cannot  be  quantitatively  predicted  from 
the  measured  GrUneisen  constant  and  average  volumetric  expansion  coefficient.     Adopting  the  A2  and  A3 
values  for  the  theoretical  polycrystal  (table  6)  and  taking  ay  =  90  x  lOr^  "K-""-,  y  ~  2.4  [5]  yields: 


^=3.31.  (4a) 


2a  vAa 


A  reduced  Wiedemann-Franz  ratio  plot  for  indium  is  shown  in  figure  8.  The  ±2%  error  band  associated 
with  this  ratio  makes  it  impossible  to  reach  any  conclusions  about  the  isotropy  of  the  electronic  Lorenz 
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number  for  indium.    Values  for  copper  [3,19]  are  included  for  comparison,  and  the  striking  similarity 
gives  one  indication  that  indium,  like  copper,  is  a  dominant  electronic  conductor.    Estimates  of  the 
phonon  conductivity  from  the  Leibfried  and  Schl'dmann  equation  [20]  are  also  consistent  with  this 
hypothesis.     Strictly  speaking,  this  treatment  should  not  be  applied  to  a  material  with  an  anisotropic 
lattice  conductivity,  but  since  the  values  required  were  only  estimates,  this  difficulty  was  Ignored. 
The  equation  has  been  shown  to  consistently  over  estimate  the  lattice  conductivity  of  insulators  [21], 
and  this  tendency  was  further  enhanced  by  choosing  a  Debye  temperature  and  Grtineisen  constant  from  the 
extremes  of  the  reported  ranges  [5].     This  leads  to  an  expression  for  the  maximum  lattice  thermal 
conductivity: 

^'max  =  ¥- 


The  maximum  phonon  conductivity  estimates  correspond  to  6  and  1.5%  of  the  total  conductivities  at 
80  and  350 °K.     The  lattice  conductivity  of  copper  has  been  determined  at  temperatures  up  to  about 
100 °K  [21],  and  extrapolation  of  these  results  to  higher  temperatures  shows  that  the  relative  impor- 
tance of  the  lattice  conductivity  is  about  equal  in  the  two  metals.    For  copper,  the  extrapolated  lattic 
conduction. ty  amounts  to  "4  and  1.3^  of  the  total  at  reduced  temperatures  (t/Bq)    corresponding  to 
80  and  350  °K  for  indiiam. 

The  W-F  ratio  behavior  for  indium  thus  seems  to  be  predominately  due  to  the  electronic  thermal 
conductivity.    The  decrease  in  this  ratio  at  lower  temperatures  would  be  attributed  to  inelastic 
electron-phonon  scattering  and  the  fact  that  the  ratio  approaches,  but  does  not  equal,  the  Sommerfeld 
value  would  indicate  that  the  Lorenz  number  deviations,  which  are  being  found  in  many  transition 
metals  [22],  are  not  present.     The  resistivity  and  thermal  conductivity  data  for  Indium  fit  the 
Sondheimer-Wilson  theory  [23]  quite  well  if  an  effective  free  electron  concentration  of  about  1  electron 
per  4-  atoms  is  chosen.     This  result  Is  quite  similar  to  the  value  for  copper  [l9]  but  is  not  quite  so 
disturbing  because  indium  is  not  a  monovalent  metal.     Also,  Pimentel  and  Shellne  [24]  have  derived  a 
concentration  of  1  electron  per  2  atoms  for  indium  from  low  temperature  specific  heat  and  thermoelectric 
power  measurements. 


6.  Conclusions 

Analysis  of  the  data  obtained  during  this  study  has  led  to  several  conclusions  about  the  behavior 
of  the  physical  properties  of  indium: 

1.  The  thermal  conductivity  is  principally  due  to  electronic  transport  and  the  values  obtained  are 
somewhat  lower  than  previous  literature  values. 

2.  The  effects  of  crystal  anlsotropy  on  the  electrical  resistivity  and  thermal  conductivity  are 
rather  small  and  the  anlsotropy  ratios  observed  for  the  two  properties  are  internally  consistent 


3.  The  anlsotropy  ratios  for  the  thermal  conductivity  and  electrical  resistivity  Increase  with 
increasing  temperature,  a  trend  which  is  also  shown  by  the  thermal  expansion  coefficients. 

A.    Measurements  of  the  electrical  resistivity  anlsotropy  are  useful  for  interpreting  the 
variability  of  indium  resistance  thermometers. 

5.  The  absolute  Seebeck  coefficient  is  small  over  the  whole  temperature  range  studied,  probably 
positive,  and,  the  anlsotropy  effect  observed,  if  real,  has  a  temperature  dependence  opposite  that  of 
the  electrical  resistivity  and  thermal  conductivity. 
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Figure  3.     Deviation  of  the  Experimental  Electrical  Resistivity  and  Thermal  Conductivity  Data  from 
the  Empirical  eqs  (l  and  2) .    ® PC  Run  1;  x  PC  Run  2;  H  SC-A; Q  SC-C. 
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Figure  4-.    Effects  of  Temperature  and  Crystal  Anisotropy  on  the  Electrical  Resistivity  of  Indium. 
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Figure  5.     Deviation  of  R/Rq  Values  for  Indium  Resistance  Thermometers  from  Values  Calculated 
for  an  Isotropic  Polycrystal.     Rq  is  the  ice  point  resistance.    Upper  hold  curve  is  for  R/Rq  parallel 
to  [OOl];  lower  bold  curve  is  for  R/Rq  perpendicular  to  [OOl].    A  Sample  PC; '3  White  and  Woods; 
 Yates  [11];  <:>  Swenson  [12]. 
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Fig-ore  6.  Effects  of  Temperature  and  Crystal  Anisotropy  on  the  Thermal  Conductivity  of  Indiun 
Lower  curves  from  present  study.     -  -  -  -    Powell,  Woodman,  and  Tye  [8]. 
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Figure  7.     Effects  of  temperature  and 
crystal  anisotropy  on  the  absolute 
Seebeck  coefficient  of  indium. 
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Figure  8.    Reduced  Wiedinann-Franr 
ratio  plot  for  indium  and  copper. 
Indium    Oq  =  110  "K;  copper  9q 
300  °K.      O copper  [3,19];  □ 
polycrystalline  indium,  Powell, 
Woodman,  and  Tye  fs];    ®  indium 
perpendicular  to  [OOl] ,  present 
study;  X  indium  parallel  to  [lOOj , 
present  study. 
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Thermal  Conductivity  of  Aluminum 
Between  About  78  and  37  30k 


K.   E.  Wilkes  and  R,  W.  Powell 

Thermophysical  Properties  Research  Center 
Purdue  University 
West  Lafayette,  Indiana 


An  apparatus  is  described  which  employs  the  absolute  longi- 
tudinal method  and  permits  the  measurement  of  the  thermal  conduc- 
tivity of  metals  in  the  intermediate  low  temperature  range  between 
the  boiling  point  of  nitrogen  and  the  steam  point.     Results  are 
given  for  reasonably  pure  samples  of  iron  and  of  aluminum. 


Key  Words:  Aluminum,  conductivity,  electrical  resistivity, 
iron,   resistivity,   thermal  conductivity. 


1.  Introduction 

Recently,   considerable  attention  has  been  focused  on  the  possibility  of  a  minimum 
in  the  thermal  conductivity  vs.  temperature  relationship  for  aluminum  in  the  inter- 
mediate low  temperature  range.     The  purpose  of  this  investigation  was  to  explore  this 
minimum  by  measurements  on  a  very  pure  specimen  of  aluminum.     The  results  presented 
here  are  for  an  unannealed  specimen.     Later  work  will  be  directed  at  measuring  this 
effect  in  an  annealed  specimen  and  in  specimens  with  known  amounts  of  impurities. 


2.  Apparatus 

The  apparatus  used  for  these  measurements  is  very  similar  to  the  one  used  by 
Powell,   et.al,[l]   .     A  schematic  of  the  apparatus  is  shown  in  Figure  1.     It  consists 
of  an  internally  polished  cylindrical  chamber  connected  to  a  vacuum  system  capable  of 
producing  vacua  of  the  order  of  5  x  10~^torr.     The  specimen  is  fitted  in  a  heavy  brass 
base  and  the  chamber  is  immersed  in  liquid  nitrogen,   dry  ice  and  acetone,   ice  and  water, 
or  water.     For  measurements  at  intermediate  temperatures  below  the  ice  point,  an  aux- 
iliary heated  container  filled  with  either  isopentane  or  acetone  surrounds  the  chamber 
and  this  in  turn  is  surrounded  by  either  liquid  nitrogen  or  dry  ice  and  acetone. 

Heat  is  supplied  electrically  at  the  free  end  ofi  the  rod.     For  the  preliminary 
measurements  on  iron,   the  heater  consisted  of  nichrome  wire  wound  on  a  thin  layer  of 
mica  around  the  end  of  the  rod  and  then  covered  with  aluminum  foil.     This  proved  to  be 
unsatisfactory  in  that  the  temperature  of  the  aluminum  foil  was  much  higher  than  that 
of  the  specimen,   thus  introducing  large  radiation  errors.     For  the  measurements  on 
aluminum,   the  heater  consisted  of  helical  coils  of  38  gauge  nichrome  wire  insulated  by 
alumina  tubing  and  inserted  in  a  small  cylinder  of  aluminum  which  was  then  cemented  to 
the  end  of  the  rod.     The  entire  heater  was  then  covered  with  aluminum  foil  to  minimize 
radiative  losses.     Current  leads  were  made  of  24  gauge  nichrome  and  two  sets  of  38 
gauge  constantan  potential  leads  were  spot  welded  to  them.     The  two  constantan  leads 
on  each  current  lead  could  then  be  read  differentially  to  determine  the  amount  of  heat 
flowing  along  the  current  leads.     This  type  of  heater  is  much  like  that  described  by 
Laubitz[2],  and  later  used  by  Flynn  and  0'Hagan[3J.     Chromel-contantan  thermocouples 
were  pinned  by  a  pencil  point  into  small  holes,   located  at  points  about  1.9,   5.0,  and 
8.1  cm.   from  the  free  end  of  the  aluminum  rod.     Other  thermocouples  were  attached  to 
the  heater,  one  of  the  support  rods,   the  inside  wall  of  the  can,   and  several  places  on 
the  outside  of  the  can.     All  thermocouples  and  leads  from  the  specimen  were  securely 
tied  to  one  of  the  support  rods  in  order  to  minimize  heat  losses. 


oGi^aduate  .Research  Assistant  and  Senior   Researches,  respectively. 
Figures  in  brackets  indicate  the  literature  referenctes  at  the  end  of  this  paper. 
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3. 


Procedure 


The  specimen  was  first  suspended  freely  and  heat  was  supplied  in  order  to  de- 
termine the  amount  of  heat  lost  by  radiation  from  the  specimen.     Next,   the  specimen  was 
fitted  into  the  brass  base  and  an  equilibrium  gradient  was  measured  with  no  heat  sup- 
plied to  the  specimen.     Then  heat  was  supplied  in  order  to  create  a  temperature  dif- 
ference of  about  50c  between  the  two  outside  thermocouples.     Measurements  were  made 
after  equilibrium  was  established,   usually  after  several  hours.     All  temperature  and 
voltage  measurements  were  made  with  a  Leeds  and  Northrup  six-dial  potentiometer. 

The  thermal  conductivity  was  determined  by  using  the  difference  of  that  gradient 
with  heat  supplied  and  that  without  heat  supplied  to  the  specimen.     Corrections  were 
made  for  radiation  losses,  heat  either  gained  or  lost  through  the  current  leads,  and 
heat   lost  by  conduction  through  t?ie  other  leads.     The  relative  amount  of  these  heat 
losses  are  summarized  in  Table  1. 


Table  1. 

Summary 

of  Minor 

Heat  Losses. 

Specimen 

Radiation  Heat 
373°K  2730K 

Losses 
195°K 

880k 

?S^£u|i§Kt 

Leaas 

Leads 

Aluminum 

2 . 5% 

1.0% 

0.4% 

.  04% 

.5% 

.05% 

Iron 

1 . 9% 

1% 

.09% 

4.     Preliminary  Measurements  ■ 

Since  these  were  the  first  measurements  made  with  this  apparatus,   a  preliminary 
check  on  its  accuracy  was  made  by  measuring  the  thermal  conductivity  of  a  specimen  of 
pure  iron  near  2730k.     The  specimen  was  a  rod  of  99.96%  iron,   1.25  cm  in  diameter  and 
10.44  cm.   long.     At  25°C,    its  density  was  7871  kg  m~3.     The  electrical  resistivity  was 
found  to  be    .0900M-'^-m.  at  273°K,   and  .1044juOr-m  at  302°K,     At  280°K,   its  thermal  con- 
ductivity was  found  to  be  81.5  Wm'-'-deg"-'- .     This  compares  well  with  literature  values 
of  from  80.5  to  82.5  Wm-^deg-l  [4], 


5,     Measurements  on  Aluminum 

Nexu,  a  series  of  measurements  were  made  on  a  polycrystalline  aluminum  rod  which 
was  1.225  cm.   in  diameter  and  10.16  cm.   long.     The  specimen  was  supplied  by  Advanced 
Research  Materials  with  a  stated  analysis  of  .5ppm.  Cu,    .5ppm.  Si,   and  . iDpm  Mg,  in- 
dicating 99.99989%  Al  by  difference.     It  was  measured  in  the  unannealed  state  as 
received  from  the  supplier.     Its  density  was  2698  kgm~^at  23^0  and  its  electrical  re- 
sistivity was   .02425  ytrL-m  at  273°K  and   .00221  /i  A-m  at  77°K. 

The  results  of  this  series  of  measurements  are  shown  in  Figures  2  and  3,     In  Figure 
2,  the  calculations  were  based  on  the  table  of  emf  vs.  temperature  for  chromel-con- 
stantan  thermocouples  which  was  generated  by  the  Oak  Ridge  National  LaboratoryC5]  and 
'«7as  based  on  NBS  Circular  561.     This  curve  shows  a  minimum  of  ^  little  over  2%  at  about 
180°K,  with  a  maximum  at  about  330°K.     However,  at  the  lowest  temperatures  measured, 
liquid  nitrogen  temperatures,   the  output  of  the  thermocouples  was  around  8710Mv.  This 
corresponds  to  a  deviation  of  about  107jLtv,   from  the  above  table  by  usincr  the  boilina 
point  of  liquid  nitrogen,   corrected  for  atmospheric  pressure. 

Later,   it  was  called  to  the  authors'  attention  by  Dr.  R.  L.  Powell  that  newer 
thermocouple  tables  existL6],     at  the  lowest  temperatures,   the  thermocouples  deviated 
from  these  tables  by  about  57;iv,   the  actual  temperature  being  read  with  a  platinum 
resistance  thermometer.     The  thermocouples  were  then  calibrated  in  the  region  below 
the  ice  point  by  using  the  resistance  thermometer  and  the  above  tables.     In  this  way,  a 
temperature  vs.  emf  table  was  established  for  our  particular  thermocouples.     The  results 
of  the  calculations  based  on  this  table  are  shown  in  Figure  3,     The  calculations  above 
the  ice  point  are  based  on  the  ORNL  tables  with  a  calibration  against  a  platinum-rhodium 
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thermocouple.     This  curve  shows  a  minimum  of  about  2%  at  about  220°K  and  a  maximum  at 
about  330  K.     By  comparing  Figures  2  and  3,    it  is  seen  that  the  influence  of  the  proper 
calibration  is  to  shift  the  minimum  to  a  higher  temperature  and  to  make  the  calculated 
thermal  conductivity  higher  as  one  goes  to  lower  temperatures.     At  the  lowest  tem- 
perature,  the  thermal  conductivity  is  changed  from  328.4  at  84.6°K  to  348.0  at  88.2C'K, 
a  change  of  around  6%. 

Both  the  above  curves,   along  with  the  results  of  previous  workers  are  plotted  on 
an  enlarged  scale  in  Figure  4.     Curve  1  is  the  results  obtained  by  NBsEvJ.     No  specimen 
characterization  is  available  for  this  data.     This  curve  shows  a  minimum  of  a  little 
over  2%  at  about  240  K.     Curve  2  shows  the  results  of  measurements  by  Powell,  Tye  and 
Woodman  [8],  on  a  specimen  of  99.993%  Al.     Here,   the  minimum  is  about  8%  and  occurs  at 
about  220°K.     Curve  4  shows  the  results  of  measurements  by  Moore,  McElroy,  and  Barisoni 
[9]   on  a  specimen  of  99.999%  Al.     It  indicates  a  minimum  of  about  10%  at  160°K.  Curves 
4  and  5  are  the  results  of  the  present  work  both  before  and  after  account  was  taken  of 
the  thermocouple  calibration. 

From  these  curves,  although  all  agree  in  indicating  a  thermal  conductivity  min- 
imum below  room  temperature  and  a  maximum  above,   it  is  seen  that  serious  discrepancies 
exist  in  the  individual  data.     The  present  work  agrees  most  closely  to  the  results 
obtained  by  NBS.     Some  indication  of  the  importance  of  the  thermocouple  calibration  has 
been  shown  and  it  is  hoped  that  the  proposed  further  measurements  will  help  to  provide 
more  definite  information  on  the  influence  of  sample  purity. 
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Physical  Properties  of  Chromium 
from  77  to  kOO  °K-^ 


J.  P.  Moore,  R.  K.  Williams,  and  D.  L.  McElroy 

Metals  and  Ceramics  Division,  Oak  Ridge  National  Laboratory 
Oak  Ridge,  Tennessee  37830 


The  electrical  resistivity,  thermal  conductivity,  and  absolute  Seebeck  coeffi- 
cient of  two  high-purity  chromium  specimens  were  measured  from  77  to  UOO  °K.  No 
anomaly  was  observed  in  any  of  these  properties  in  the  region  of  122  °K,  where  a 
local  minimum  occurs  in  the  elastic  constants.    At  the  Neel  temperature  the  Seebeck 
coefficient  and  the  electrical  resistivity  drop  sharply  and  the  thermal  conductivity 
has  a  broad  shallow  minimum.    In  addition,  the  electrical  resistivity  between  3IO 
and  317  °K  was  also  found  to  be  sensitive  to  temperature  gradients.  Within 
experimental  accuracy  limits,  these  properties  do  not  shov;  hysteresis  near  the  W4el 
temperature  on  thermal  cycling  f rem  77  to  kOO  °K . 


Key  Words:  Electrical  resistivity,  thermal  conductivity,  Seebeck  coefficient, 
chromiiom,  Lorenz  function,  N^el  temperature. 


1.  Introduction 


Many  properties  of  chromium  have  been  investigated  in  the  vicinity  of  the  antiferromagnetic- 
paramagnetic  transition  at  approxiinately  3I2  °K .    Bolef  and  Ee  Klerk  [1]^  have  observed  local  minima  in 
the  elastic  constants  at  120  and  3IO  °K  as  well  as  a  deep  local  minimum  in  the  coefficient  of  thermal 
expansion  at  3IO  °K.    Magnetic  susceptibility  measurements  by  Collings  et  al.  [2]  indicate  a  local 
maximum  at  312.2  ±0.5  °K  and  Beaiomont  et  al.  [3]  report  a  peak  of  aboutr2"75^  in  the  specific  heat  at 
311.7  "K. 

Arajs  et  al .  [k]  have  measured  the  electrical  resistivity  of  a  chromium  single  crystal  from 
k  to  330  °K .    Their  results  do  not  indicate  an  anomaly  in  p  around  120  °K  but  do  show  a  distinct  local 
minimum  at  the  N^el  temperature,  IJjj.     Their  results  show  some  hysteresis  at  the  N^el  temperature 
presumably  caused  by  thennal  cycling  between  h .2  and  37O  °K . 

The  thermal  conductivity  (\)  of  chromium  has  been  measured  above  323  °K  by  Powell  and  Tye  [5]  and 
by  Lucks  and  Deem  [6]  and  below  I50  °K  by  several  investigators  including  Hairier  et  al.  [7].  There 
has  not,  however,  been  a  careful  study  of  the  \  behavior  at  the  w4el  temperatxire  nor  do  any  measure- 
ments exist  between  I50  and  3OO  °K  to  connect  smoothly  with  high-  and  low- temperature  data. 

Tile  experiment  described  in  this  paper  was  initiated  to  measure  the  electrical  resistivity,  the 
thermal  conductivity,  and  the  absolute  Seebeck  coef f icient( S)  of  chromium  simultaneously  from  77  to 
hOO  °K .    We  were  especially  interested  in  the  exact  behavior  of  \  at  the  N^el  temperature  since  the 
p    data  of  Arajs  et  al,  [k]  indicate  a  local  minimum  might  occur  in  K  if  the  electronic  component  of 
\  were  dominant . 


2.    Specimen  Characteristics 


Two  samples,  designated  A  and  B,  were  used  for  this  study.  Iodide  chroml-um  crystals,  purchased 
from  the  Chromalloy  Corporation,  West  Nyak,  New  York,  were  used  as  the  starting  material  for  both 
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Coirporation 
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Figjres  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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samples.    The  samples  were  produced  by  different  techniques  and  different  lots  of  crystals  were  used. 
Sample  A  was  produced  by  compacting  the  cleaned  crystals,  sealing  them  in  an  evacuated  steel  jacket  and 
hot  extruding  the  assembly.    The  extrusion,  which  was  carried  out  at  the  Battelle  Memorial  Institute. 
Columbus,  Ohio,  was  recommended  as  the  best  available  method  for  producing  dense,  high-purity,  poly- 
crystalline  chromium.    The  extruded  rod  produced  by  BMI  was  60  cm  long  and  1.6  cm  In  diameter.  The 
second  sample  (B)  was  produced  in  our  laboratory  by  inert  gas  tungsten  electrode  arc  melting.     In  this 
method  the  crystals  are  first  consolidated  into  a  disc-shaped  Ingot  and  this  ingot  is  drop-cast  into 
a  rod.    The  rod  produced  by  this  method  was  approximately  I5  cm  long  and  1.6  cm  in  diameter. 

Both  samples,  which  were  7.7  cm  long  by  0.96-cm  diameter,  were  machined  from  the  two  large  diameter 
rods  that  yielded  extra  samples  for  chemical  and  metallographic  evaluation.    A  summary  of  the  chemical 
analysis  is  shown  in  table  1.    These  results  indicate  that  both  samples  were  99.98+^  pure  and  the 


Table  1.    Chemical  analysis  of  chromium  specimens 


Element 

Sample  A 
(Extruded) 

Sample  B  Manufi 
(Cast) 

acturing  Analysis  Crystals  for 
Sample  B  (Lot  6I3) 

Seml- 

-quantitative  spectrograph ic  analysis  — 

ppm 

Act 
•"6 

1 

AT 

xCb) 

As 

1 

<0.1 

Au 

X 

X 

B 

? 

1 

Ba 

2 

JjC 

X 

<0  .h 

D 

0 .6 

0.1 

in  0 

re\ 

<0  .8 

UO 

i 

Uu 

0 

? 

0.1 

re 

0 

J 

18 

lie 

Q 

TTn- 

ng 

<^ 

±11 

V 

K. 

Li 

<0.1 

<0.1 

Mg 

<20 

<D.2 

0.3 

Ma 

10 

0.3 

0.1 

Mo 

<0.5 

8 

Na 

<D.2 

<0.2 

Ni 

<0.5 

5 

0.3 

P 

<1 

<0.1 

Pb 

2 

<0.8 

Pd 

<1 

<1 

Pt 

<10 

<3 

Rn 

<0.1 

<1 

Ru 

<1 

<L 

Sb 

<1 

<1 

S 

15 

5 

Si 

5 

5 

<L0 

Sn 

<1 

<1 

Sr 

<o.5 

<2 

Ta 

X 

X 

Te 

<1' 

<1 

Ti 

0.5 

0.1 

Tl 

<1 

<1 

U 

<1 

<1 

V 

3 

3 

0.3 

W 

<1 

<a 

Zn 

<2 

<2 

Zr 

<1 

<L 

calculated 
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Element 


Sample  A 
(Extruded) 


Sample  B 
(Cast) 


Manufacturing  Analysis  Crystals  for 
Sample  B  (Lot  6I3) 


5 
3 

11+ 


70 


280 


Vacuum  Fusion  Analysis  —  ppm 

9 
28 
6 

Combustion  Analysis  —  ppm 
60 

Resistivity  ratio 
58 


0.2 
0.1 

5 


10 


(a)  Detection  limit  —  all  elements  quoted  as  <  ppm. 

(b)  Masked. 


 chemical  differences  between  the  two  specimens  are  rather  small.    The  manufacturers 

analysis  of  the  iodide  chromium  crystals  which  were  used  for  sample  B  are  also  included,  and  the 
differences  between  these  results  and  the  corresponding  values  for  the  casting  may  be  due  to  con- 
tamination during  processing.    The  electrical  resistivity  ratios,   P273  °k/p1+  2  °K  also  shown  in 
table  1.    For  many  metals,  values  of  this  ratio  give  a  qualitative  indication  of  the  specimen  purity, 
but  magnetic  phenomena  are  known  to  .cloud  this  interpretation  [8]  in  iron.    The  antiferromagnetic 
behavior  of  chromium  might  also  cause  difficulties  but  this  point  does  not  seem  to  have  been  studied. 
If  this  possibility  is  discounted  or  assumed  to  produce  a  constant  effect  for  both  specimens,  the  data 
indicate  that  sample  A  was  significantly  siperior  to  sample  B.    This  conclusion  does  not  correlate 
with  the  chemically  analyzed  total  impurity  contents. 

Figures  1  and  2  show  that  the  microstructures  of  the  two  specimens  were  quite  different. 
Longitudinal  and  transverse  sections  of  a  sample  corresponding  to  specimen  A  were  examined,  and 
transverse  sections  from  both  ends  of  sample  B  were  viewed.    All  of  the  sections  were  studied  in  the 
as-polished  and  etched  conditions  .    Examination  of  the  polished  sections  showed  that  only  a  few 
(<D.l  vol  'fo)  small  inclusions  were  present  in  the  samples.    There  appeared  to  be  some  tendency  for  the 
inclusions  to  favor  grain-boundaries  and,  in  sample  A,  a  few  longitudinal  stringers  of  inclusions  were 
observed.    Etching  revealed  that  the  grain  sizes  of  the  two  specimens  were  quite  different.    Specimen  A 
had  a  fairly  uniform,  fine-grained  structure  and  this  observation,  along  with  some  evidences  of  grain 
growth  phenomena  indicate  that  no  residual  plastic  deformation  was  present.    Sample  B  had  very  coarse 
grains  and  some  evidence  of  subgrain  formation  could  be  detected  near  the  centers  of  the  sections. 
Radial  and  axial  grain  size  variations  were  present  in  this  sample  but  these  variations  were  much 
smaller  than  the  difference  between  the  grain  sizes  of  samples  A  and  B.    Hardness  and  grain-size 
measurements  were  also  obtained  and  are  summarized  in  table  2.    The  hardness  measurements  give  another 
indication  of  sample  quality  and  the  values  for  sample  A,  which  agree  well  with  reported  values  for 
recrystallized  iodide  chromium  (see  Edwards  et  al.  [9])^  also  indicate  that  the  samples  were  well 
annealed.    The  densities  of  the  specimens  were  obtained  by  the  immersion  method,  using  distilled, 
degassed  water.     Samples  A  and  B  were  found  to  have  densities  of  7.19  and  7.15  g/cm^,  and  it  is  presumed 
that  the  0.6$  difference  was  due  to  the  presence  of  voids  in  the  cast  sample  (B).     The  value  for 

Table  2.     Summary  of  Hardness  and  Grain  Size  Results  for  Chromium  Samples 


Hardness  Number 
kg/mm^ 

(Diamond  pyramid,  1  kg  load) 


Average  Grain  Diameter 
(microns) 


Sample  A  —  Longitudinal 
Transverse 

Sample  B  —  Transverse  —  Top 

—  Bottom 


121 
120 

123 

123 


63 

81i0 
hko 


sample  A  is  less  than  the  x-ray  density  (7.22  g/cm^)  [lO],  but  is  in  agreement  with  a  value  tabulated 
for  polycrystalline  chromium  [ll].    No  voids  were  observed  during  the  microscopic  examination  of  the 
samples,  but  a  single  void  was  present  at  one  end  of  the  cast  sample.    The  specimen  heater  was  wrapped 
on  this  end  of  the  specimen  so  that  it  would  not  affect  the  results. 
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3.    Apparatus  Description 


A  guarded-longitudinal  technique  described  by  Moore  etal.  [l2]was  used  to  determine  p,        and  \ 
over  the  temperature  range  from  77  to  1+00  °K .    This  technique  has  most  probable  errors  of  ±0.38^,  +2.0%, 
and  ±1.2^  for  p,  S,  and  \,  respectively. 

The  absolute  Seebeck  coefficient  of  Cr-A  was  determined  by  measuring  the  emf  between  the  Constantan 
legs  of  the  two  Chromel-Constantan  thermocouples  and  using  a  calibration  curve  relating  the  Constantan 
to  platinxan.    The  absolute  Seebeck  of  platinum  as  determined  by  Cusack  and  Kendall  [13]  was  then  used 
to  calculate  the  absolute  Seebeck  coefficient  of  Cr-A.    This  method  was  also  used  on  Cr-B;  but,  in 
addition,  two  platinum  wires  were  attached  to  the  sample  near  the  thermocouple  junctions  to  enable 
measurements  of  the  Seebeck  coefficient  with  respect  to  platinum  directly. 

h.    Presentation  of  Results 

I4.I    Electrical  Resistivity 

Smoothed  values  of  p,  \,  and  S  are  given  in  table  3  for  both  chromium  samples  .    The  electrical 
resistivity  frcm  k .2  to  375  "K  is  shown  in  figure  3.    Ths  electrical  resistivity  of  both  samples 
increases  with  increasing  temperature  up  to  the  antiferromagnetic-paramagnetic  transition  at  the  N^el 
temperature  of  about  3II  °K .    The  p  of  each  specimen  has  a  distinct  local  maximum  and  minimum  in  the 
region  of  the  N^el  temperature.    Values  obtained  on  Cr-A  in  the  vicinity  of  122  °K  indicate  that  the  pos- 
sible spin  flip  which  occurs  around  122  °K  does  not  have  a  noticeable  effect  on  p. 

Table  3-    Smoothed  values  of  p,  S,  and  \  for  chromium 


Chromium 

A  (a) 

ChromiiMi  B  {&) 

-2 

p  X  10^ 
(fl  -m) 

\  X  10-^ 

p  X  10^ 

(fl-m) 

\  X  10 

T(°K) 

W  m"-"-  deg"-'- 

S(^V  deg  ^) 

(W  m      deg  ■'') 

S(p.V  deg  ^) 

80 

0.860 

1.060 

90 

1.225 

1.697 

3.^8 

1.1(1+5 

1.522 

5.27 

100 

1.630 

1.593 

3.95 

1.860 

IM3 

5.^*5 

120 

2.605 

1.^39 

2.860 

1.3^3 

6,01+ 

Iho 

3.760 

1.327 

6.25 

1+.050 

1.259 

7.06 

160 

5.000 

1.21+1 

7.85 

5.295 

1.187 

8.55 

180 

6.315 

1.171 

9.92 

6.575 

1.122 

10.62 

200 

7.5^*5 

1.111 

12.1+2 

7.830 

1.066  ■ 

12 . 92 

220 

8.790 

I.O6I 

15.16 

9.100 

1.020 

15.70 

2i*0 

10.015 

1.019 

18.13 

10.300 

0.983 

18 . 30 

260 

11.095 

O.98I+ 

20.52 

11.385 

0.95^ 

20.58 

280 

12,030 

0.957 

22.00 

12.270 

0.930 

21.90 

300 

12.710 

0.935 

21.63 

12.880 

0.915 

21.65 

30k 

12.792 

•  O.93I+ 

21.1+0 

12  .9I+6 

0.915 

21.25 

306 

12.813 

O.93I+ 

21.20 

12.961 

0.916 

20.95 

308 

12.816 

o.93h 

20.80 

12.958 

0.916 

20.50 

310 

12.791 

o.93h 

20.10 

12.931 

0.916 

19.83 

312 

12.772 

0.93h 

19.1+0 

12  .900 

0.916 

■19.00 

3II1 

12.780 

0.93^ 

18.75 

12.898 

0.917 

18.60 

316 

12.808 

0.93^ 

18.50 

12.91+0 

0.918 

18.1+0 

320 

12.925 

0.93^ 

18,20 

13 .080 

0.918 

18.20 

3I4O 

13.605 

0.932 

17.65 

13.765 

0.917 

17.60 

360 

0.928 

17.20 

II+.I+7O 

0.913 

17.16 

380 

15.085 

0.920 

16.80 

15.200 

0.906 

16.77 

1+00 

15.81+5  ■ 

0.910 

16.1+2 

15.935 

0.900 

16.1+1 

(a)  The  smoothed  p  and  \  data  have  not  been  corrected  for  thermal  expansion, 
from  80  to  1+00°K  the  correction  would  amovmt  to  less  than  0.1^. 
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The  p  of  Cr-A  is  lower  than  that  of  Cr-B  over  the  entire  temperature  range .    The  difference 
amounts  to  about  13^  at  100°K  and  decreases  to  0.6^  at  ltOO°K.    This  difference  cannot  be  explained  in 
terms  of  normal  specimen  characteristics  such  as  impurity  content  or  density  since  the  two  specimens 
are  quite  similar  in  those  respects.      If  anything,  Cr-A  has  a  slightly  higher  total  impurity  concen- 
tration than  Cr-B  and  this  is  in  the  wrong  direction  to  explain  the  p  difference.     The  relative  grain 
sizes  of  the  two  samples  is  also  in  the   wro  n g  direction  to  have  a  pertinent  effect. 

The  region  around  the  Neel  temperature  is  shown  in  greater  detail  in  the  inset  of  Fig.  3.  In 
contrast  to  the  results  obtained  by  Arajs  et  al .  [  ^  ]  on  a  single  crystal  of  chromium,  our  results  show 
no  hysteresis  outside  our  maximum  imprecision  (±0.1^).    During  one  heating  cycle,  Arajs  et  al .  observed 
a  3^  decrease  in  p  at  the  N^el  temperature  and  a  1.3%  decrease  on  a  subsequent  heating  cycle  and  this 
compares  to  the  0.5/^i  decrease  observed  in  our  samples  when  the  specimen  had  a  0.014  °K  nr"-'-  gradient 
and  about  1%  when  the  specimen  was  isothermal. 

From  310  to  3I7  °K  the  electrical  resistivity  is  sensitive  to  the  presence  of  a  temperature 
gradient.    The  results  indicated  by  the  solid  line  were  obtained  simultaneously  with  the  \  and  S 
measurements  when  a  O.OIJ+  °K  m""'"  gradient  existed  along  the  rod. 3    The  dashed  line  for  each  specimen 
denotes  measurements  obtained  when  the  sample  was  isothermal.    The  difference  between  the  two  curves 
for  each  specimen  was  a  maximum  of  about  0 .h%  at  312. 9  °K .    The  p  data  obtained  with  a  gradient  can  be 
explained  to  within  0.2fo  based  on  an  averaging  of  the  Isothermal  p  curve.     Possibly^  if  we  could  reduce 
the  maximujn  imprecision  on  each  curve  (about  iClfo  for  this  data),  the  difference  might  be  totally 
attributable  to  a  gradient  averaging.    At  all  other  temperatures,  that  is,  below  310  °K  and  above  317 °K, 
the  results  were  not  sensitive  to  the  presence  of  a  thermal  gradient. 

Since  the  thermal  gradient  was  generated  with  a  radially  wound  heater  on  one  end  of  the  specimen, 
a  small  longitudinal  magnetic  field  was  unavoidably  applied,  to  the  specimen .while  the  gradient  was 
present.    To  insure  that  the  small  magnetic  field  was  not  causing  the  apparent  resistivity  difference, 
we  applied  an  external  magnetic  field  to  Cr-B  and  took  p  data  while  the  sample  was  isothermal.  Although 
the  external  field  was  some  25  times  the  field  from  the  specimen  heater,  the  isothermal  p  data  was 
unchanged.    We  feel,  therefore,  that  the  small  magnetic  field  present  when  there  was  a  gradient  along 
the  rod  had  a  negligible  effect  on  the  results. 

The  electrical  resistivity  of  our  Cr-A  is  compared  to  the  results  of  previous  investigators  in 
figure  k.    This  figure  shows  the  difference  in  p  between  the  other  measxirements  and  our  results  on  Cr-A 
as  a  function  of  temperature.    Many  of  the  existing  p  data  on  chromium  are  very  high  due  to  low  sample 
density  and/ or  impurity  content  and  we  have  not  considered  these  data  in  making  this  comparison  plot. 

The  p  of  Cr-A  is  lower  than  any  chromium  reported-to-date  except  for  one  run  by  Arajs  et  al.  [  h  ] 
which  crosses  the  base  line  above  3OO  °K.    The  p  of  chromium  definitely  does  not  obey  Matthieson's 
rule  since  none  of  the  curves  are  parallel.    The  relative  behavior  of  the  various  results  is  rather 
amazing  if  we  generously  assume  that  the  results  are  all  accurate.    The  two  sets  of  data  which  behave 
most  remarkably  are  the  results  of  Powell  and  Tye  [  5  ]  and  Arajs  et  al.  [  U  ].    Powell  and  Tye's  results 
on  their  high  density  electrodeposited  sample  (annealed  at  IklO  °C)  are  in  good  agreement  with  our 
results  at  low  temperatures  but  are  about  8%  higher  than  ours  above  300  °K .    Conversely,  the  data  of 
Arajs  et  al .  are  extremely  high  at  low  temperatures  and  almost  converge  with  ours  above  3OO  °K .  Data 
reported  by  White  and  Woods  [14]     on  an  annealed,  recrystallized  sample  are  in  very  good  agreement 
with  our  results  on  Cr-A  below  100  °K  but  are  higher  above  100  °K .    The  data  reported  by  White  and 
Woods  were  obtained  from  sample  5  studied  by  Harper  etal .  [ 7  ] .    There  are  two  curves  on  figure  h 
representing  data  obtained  by  De  Morton  [15]  on  a  heavily  cold-worked  chromium  wire  and  the  same  wire 
after  annealing  at  700°C  in  a  vacuum  of  2  X  10"^  mm  of  mercury.    De  Morton's  data  indicated  that  p  of 
the  annealed  chromium  was  higher  than  p  of  the  cold  worked  chromium  below  the  Niel  temperature .  Above 
the  Neel  temperature  the  cold-worked  chromium  had  the  higher  electrical  resistivity.     This  behavior 
appears  anomalous  especially  considering  the  results  which  Hai-per  et  al . [  7   ]  obtained  on  cold-worked 
chromium  specimens.    Their  data  showed  that  p  at  k .2  °K  decreased  f rom~0 .255  X  10~°  Qm  for  a  cold-worked 
sample  to  0.055  X  10~^  iim  for  an  annealed  fully  recrystallized  sample.  There  is  a  possibility  that 
De  Morton's  wire  sample  became  contaminated  during  the  annealing  in  the  relatively  poor  vacuum  which 
could  possibly  have  caused  an  upward  shift  of  the  annealed  sample  p  over  the  entire  temperature  range. 
A  sample  diameter  decrease  due  to  chromiim  evaporation  could  also  cause  the  same  effect. 

h.2    Seebeck  Coefficient 

The  absolute  Seebeck  coefficient  for  both  chromium  samples  is  shown  in  figure  5.    Tlie  coefficient 
for  both  specimens  shows  a  rapid  increase  with  increasing  temperature  up  to  about  287  °K  where  the 


The  smoothed  values  of  p  in  table  3  represent  results  obtained  with  a  thermal  gradient. 
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values  reach  a  maximum.    A  continuous  decrease  of  about  20^  occurs  in  the  region  of  the  Neel  tempera- 
ture.   There  is  a  large  difference  between  the  two  samples  at  low  temperatures  but  this  difference 
disappears  above  250  °K .     The  difference  in  S  at  low  temperatures  is  consistent  with  the  p  difference 
in  reflecting  an  impurity-like  effect.    The  lower  curve  in  figure  5  represents  data  obtained  by- 
Potter  [16]  on  a  chromium  of  unspecified  character. 

h.'j,    Thermal  Conductivity 

The  thermal  conductivity  results  for  Cr-A  and  Cr-B  are  shown  in  figure  6.    The  thermal  conductivity 
of  both  specimens  decreases  with  increasing  temperature  to  3OO  °K  where  a  broad  shallow  minimum  is 
observed.     Above  3I+O  °K  \  decreases  slowly  with  increasing  temperature.    The  many  data  points  taken  on 
Cr-A  in  the  region  of  122  °K  indicate  that  any  anomaly  in  \  was  less  than  the  maximum  imprecisicn 
(R«  tl/kfo)  of  the  measurements.     The  X  results  from  the  two  specimens  differ  by  about  11^  at  90  °K  and 
1.1^  at  I4OO  °K  with  Cr-A  being  higher  over  the  entire  temperature  range.    The  large  difference  between 
the  two  samples  at  90  °K  and  the  convergence  at  higher  temperatures  appears  to  reflect  an  impurity 
concentration  effect.    We  attempted  to  measure  with  a  very  small  gradient  to  determine  if  \  was 
sensitive  to  the  thermal  gradient  in  the  vicinity  of  the  Neel  temperature.    With  the  markedly  reduced 
gradient,  however,  the  \  results  were  too  imprecise  to  resolve  a  0 .kfo  difference. 

Our  results  are  compared  to  those  of  previous  investigators  with  a  percentage  deviation  plot  in 
figure  7.    Our  \  results  on  Cr-A,  which  are  used  for  a  basis,  are  higher  than  any  reported  data  on 
chromium.    The  only  high-temperature  data  which  overlaps  our  measurements  are  those  of  Powell  and 
Tye  [  5  ] .     At  323  °K  their  results  on  a  high-density  electrodeposlted  sample  of  chromium  are  about 
Qfo  below  X  of  Cr-A.     If  the  electronic  component  of  \  were  dominant,  this  difference  would  be  expected 
since  their  reported  p  on  the  same  sample  is  about  Qfo  higher  than  the  p  of  Cr-A.    The  comparison  plot 
includes  three  sets  of  data  obtained  by  Harper  et  al.  [7]  on  chromium  specimens  with  various  amounts 
of  cold  working.    Although  their  low- temperature  \  results  (<50  °K)  relate  well  with  the  sample  residual 
resistivities  (pQ  =  electrical  resistivity  at  k .2  °K),  the  \  results  which  overlap  our  measurement 
range  do  not.    Their  specimen  with  the  lowest  Pq  has  the  lowest  measured  values  of  \  from  90  to  120  °K . 

5-    Discussion  of  Results 

5.1    Seebeck  Coefficient 

The  various  aspects  of  the  Seebeck  coefficient  results  can  be  discussed  with  respect  to  the 
equation^ 


2  ,  2 

—  —  T  -r-v 

3    e       LoTel  5e 


1  Sa(£) 


(1) 


given  by  Ziman  [17]  where  k  is  Boltzmann's  constant,  e  is  the  electronic  charge,  T  is  the  absolute 
temperature  and  a(e)  is  the  electrical  conductivity  if  the  Fermi  energy  were  e  and  ^  is  the  Fermi 
energy.    Ziman  [17]  and  Fulkerson  et  al.  [ 18]  have  shown  that  this  equation  can  be  extended  to  explain 
the  deviations  between  the  S  values  of  the  samples  at  low  temperatures  and  their  convergence  with 
increasing  temperature  in  terms  of  the  p  differences.    They  obtain 

,S«-Il5^(^4^)  ^  (2) 

3e    V     de  =  ^  Pr 

where,  in  this  case,        is  the  resistivity  difference  between  Cr-A  and  Cr-B  and  p^  is  the  resistivity 

of  Cr-A.    Since  ^  decreases  with  increasing  temperature,  the  convergent  behavior  of  the  S  values 

with  Increasing  temperature  is  not  surprising.    Fulkerson  et  al .  [18]  present  S  data  on  two  iron 
samples  of  different  purity  which  behave  similarly. 


Actually  eq  (l)  is  not  valid  at  low  temperatures  (T  <       where  6-^  is  the  Debye  temperature). 
Ziman  [17  ]  gives  a  low-temperature  expression  for  S  which  depends  on  the  Lorenz  function  and  approaches 
eq  (1)  only  when  L  approaches        {2 .hh^  x  lCr-8        °K~^).    In  view  of  this  we  shall  limit  our  use 
of  eq  (1)  to  a  comparison  of  the  two  chromium  samples. 
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Fine  etal.  [19]  obtained  S  results  by  taking  the  first  derivative  of  a  curve  for  the  total  emf 
of  chromium  vs  platinum  and  they  indicate  a  discontinuity  in  S  at  T^.     Our  S  data  are  not  sufficient  to 
indicate  whether  or  not  S  is  discontinuous  at  the  N^el  temperature.    The  measured  values  indicate  that 
S  is  continuous  but  this  may  only  be  apparent  since  the  thermal  gradient  necessary  for  measuring  S 
dictates  the  measurement  of  an  average  S  over  a  small  temperature  range .    With  a  gradient  as  small  as 
0.01^+  °K  m—1  (about  5   °K  between  the  two  measuring  thermocouples)  S  still  appeared  to  be  continuous; 
however,  the  decrease  was  as  much  as  5^  in  one  degree  of  temperature  change.     In  addition,  there  may  be 
an  unresolvable  effect  of  the  thermal  gradient  on  S  analogous  to  the  p  results . 


5.2    Thermal  Conductivity 


The  total  thermal  conductivity  of  a  metal  can  be  expressed  as 


^  =  ^e  +  (3) 


where  \    is  the  component  carried  by  the  electrons  and  therefore  related  to  the  electrical  conductivity, 
1  ^ 

a  =  -p  )  and  \g  is  the  component  associated  with  the  lattice  vibrations.  The  electronic  component  can  be 
related  to  p  with  the  Lorenz  function  L  to  yield 

Several  values  for  the  Lorenz  function  (L)  have  been  theoretically  predicted.    The  Sommerfeld  value 
(Lq  =  2.1+1+3  X  10-8)  should  apply  to  a  completely  degenerate  electron  gas  at  high  temperatures  and  seems 
to  be  reasonably  well  attained  in  the  alkali  and  noble  metals.     In  transition  metals,  however,  the  valid- 
ity of  Lq  is  in  doubt  and  several  possible  reasons  for  high-temperature  deviations  have  been  suggested. 
These  have  been  discussed  by  Fulkerson  and  Williams  [20].    Since  the  expression  for  L  obtained  from 
solution  of  the  Boltzmann  equation  is  an  infinite  series,  higher  order  terms  above  the  first  term  (Lq) 
may  be  nonnegligible .    Keeping  the  first  three  terms,  L  can  be  written  for  high  temperatures  as 


8^  k^T^    1  a^a(£) 


o 


^    e2  ^ 


2 

If  \g  Is  assumed  to  be  zero  and  an  experimental  L  calculated  using  experimental  data  e  =  ^ 

for  p  and  X  and  eq  (1+)^  we  find  that  the  experimental  Lis  3.95  x  10"^  at  3OO  °K .    This  is  much  greater 
than  the  value  of  Lq  and  indicates  that  L  >  Lq  and/or  Xg  is  not  negligible. 

Values  of  X.g  have  been  calculated  by  Fulkerson  [21]  using  a  modified  Leibf ried -Schlotnann  [22] 
equation  to  account  for  the  three  phonon  Umklapp  thermal  resistivity  and  an  equation  from  Ziman  [17] 
to  account  for  the  electron-phonon  thermal  resistivity.    The  most  significant  aspect  of  the  calculations 
is  that  X,g  can  vary  from  almost  zero  to  values  higher  than  X.    Thus,  this  approach  seems  futile  for 
determining  X    and  X  . 

Fulkerson  and  Williams  [20]  outline  an  approach  which  involves  fitting  experimental  p  and  X  lata  to 
eq  (1+)  with  the  assumptions  that  L  is  constant  and 

Xg  =  I  (6) 


B  C_ 


(7) 
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Equation  (6)  is  of  the  form  predicted  by  the  modified  Leibfried-Schl'dmann  equation  and  eq  (7)  is  of  the 
form  experimentally  observed  on  many  electrical  Insulators.     If  we  assume  that  \    is  given  by  eq  (6), 
then  eq  (k)  becomes  ^ 


^.T  =  _  +  A  .  (8) 

This  equation  indicates  that  a  plot  of  \T  vs  T  /p  would  be  useful  in  determining  an  experimental  value 
for  L  and  A.    This  type  plot  is  shown  in  figure  8  for  chromium.    The  high-temperature  data  of  Powell 
and  Tye  on  their  sample  annealed  at  IklO  "C  is  also  plotted.    From  200  to  I3OO  °K  all  points  are  within 
±3^0  of  the  straight  line  which  yields  L  ~  2.80  X  10~°  and  A  =  8OOO  W        .    These  values  are  similar  to 
ones  obtained  on  W  by  Fulkerson  and  Williams  [20].    The  above  result  for  A  indicates  that  at  3OO  °K, 
\g  ~  66.8  W  nr-^  and  \    ~  26,7  W  m-^.    To  look  at  the  behavior  of  L  at  Tjj  (where  the  actual  data  shows 
a  small  deviation  froffl  the  line  in  figure  8)  we  have  calculated  L  for  Cr-A  using  eq  (8)  with  an  A  of 
8000  W  m~l  and  an  A  of  zero  corresponding  to  a  \^  of  zero.     The  results  are  shown  in  figure  9.  Although 
the  value  of  L  is  definitely  in  severe  doubt  because  of  the  uncertainty  in  A.  ,  a  distinct  slope  change 
occurs  in  L  when  we  assume  a  smooth  behavior  for  \  .     We  could  just  as  well  Sssume  a  smooth  or  constant 
value  for  L  and  calculate  a  \    which  would  show  a  large  slope  change  at  Tjj,     This  implies  that  the 
Lorenz  function  and/or       mxsz  be  irregular  at  Tjj. 

To  obtain  a  better  idea  of  the  location  of  Tjj  of  Cr-A  we  have  calculated  the  first  derivative  of 
each  property  with  respect  to  temperature  and  plotted  the  results  in  figure  10.    Hall  coefficient  data 
from  De  Vries  and  Ratherau  [23]  were  used  to  calculate  ARjj/aT.    The  slopes  of  all  the  properties  have 
extreme  values  between  309  &nd  3II  °K  with  the  exception  of  the  isothermal  a  data  which  appears  to  peak 
at  311-5  °K.    This  indicates  that  the  N^el  temperature  location  can  be  determined  most  easily  by 
observing  the  derivative  of  the  property  with  respect  to  T  as  a  function  of  T.     The  range  of  temperature 
for  the  maximum  slope  change    for  S,  L,  and  the  a  data  obtained  during  gradient  conditions  may  be 
caused  by  the  presence  of  the  thermal  gradient  and  this  somewhat  complicates  location  of  Tjj. 

The  large  difference  in  the  properties  of  the  two  chromium  samples  at  low  temperatures  is  not 
understood.    All  the  p  and  \  data  Indicate  that  Cr-A  is  superior  to  Cr-B  in  being  closer  to  an  ideal, 
defect-free  material.    The  chemical,  analysis,  however,  indicates  that  Cr-B  has  lower  total  impurity 
concentrations  than  Cr-A  so  that  this  does  not  appear  to  be  a  factor.    The  difference  in  the  properties 
cannot  be  attributed  to  cold  working  effects  since  Cr-B  was  obtained  from  a  casting  and  Cr-A  was  hot 
extruded  and  the  hardness  of  both  specimens  was  consistent  with  values  for  well  annealed  chromium. 
There  are  two  possible  reasons  for  the  discrepancy.    There  might  be  a  particular  impurity  present  in 
Cr-B  (Ng  possibly)  which  has  a  large  effect  on  the  transport  properties,  or  the  impurities  might  be  in 
solution  in  Cr-B  and  in  fine  precipitates  in  Cr-A.    We  plan  to  investigate  this  problem  further  with  a 
series  of  heat  treatment  experiments  on  the  two  samples. 

Based  on  these  differences  we  are  not  convinced  that  our  results,  even  on  Cr-A,  are  representative 
of  those  of  ideal  high-purity  chromium,  although  the  results  do  indicate  that  Cr-A  is  the  best  sample 
studied  to  date, 

6.  Conclusions 

The  results  of  p,  \,  and  S  measurements  on  the  two  chromium  specimens  permit  the  following 
conclusions : 

1.  Although  the  two  chromium  samples  used  for  this  study  were  almost  identical  chemically,  their 
properties  differ  significantly  at  low  temperatures . 

2.  The  electrical  resistivity  has  a  local  maximum  and  minimum  at  T^.    The  p  of  both  samples  of  chromi-um 
was  sensitive  to  the  presence  of  a  thermal  gradient  from  3IO  to  3I7  °K .     The  p  of  the  chromium 
samples  does  not  obey  Matthieson's  rule. 

3.  There  was  no  hysteresis  observed  in  p,  \,  or  S  around  Tjj  on  thermal  cycling  between  77  ^-nd  hOO  °K . 

k.    The  Seebeck  coefficients  of  both  chromium  samples  are  large  and  positive  and  both  exhibit  a  sharp 
decrease  at  Tj^. 

5.  The  thermal  conductivity  of  chromium  decreases  with  increasing  temperature  and  has  a  broad  shallow 
minimum  at  Tjj.    The  lattice  component  of  X  is  probably  significant  in  magnitude  compared  to  . 

6.  The  first  derivatives  of  S,        and  L  with  respect  to  temperature  have  extreme  values  at  the  N<^el 
temperature.    This  appears  t8  be  the  most  sensitive  approach  for  determining       from  transport 
property  data . 
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7.    The  behavior  of  X  at  Tj,  cannot  be  explained  in  terms  of  the  p  behavior  assuming  a  uniform  behavior 
for  L  and  \    at  Tj^.    Thus  L  and/ or  \g  must  be  irregular  at  T^j . 
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Figure  1.    Photomicrograph  of  Cr-A,  38X, 
longitudinal  section,  etchant:     80  ml  H2O, 
10  g  KOH,  10  g  KjFeCCN)^  . 


1 


Figure  2.    Photomicrograph  of  Cr-B,  38X, 
transverse  section,  etchant:     80  ml  H2O, 
10  g  KOH,  10  g  K3Fe(CN)g  . 
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Figure  3,    Electrical  resistivity  of  Cr-A, 
and  Cr-B  versus  temperature.      O:  Cr-B 
with  0.014  °K  Qi"    gradient.   A:  Cr-B 
isothermal;  X:  Cr-A  with  0.014  °K  m"^ 
gradient;    •:  Cr-A  isothermal. 
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h.      Deviation  Plot  Showing  Difference  Between  p  Results  of  Other  Investigators  and  Cr-A. 
X:Cr-B;    □  :Arajs  et  al.  [h];     ^ : Powell  and  Tye  [5];    O  :White  and  Woods  [14]; 
B  :De  Morton  [15]  Cold  Worked  Sample;    V :De  Morten  [15]  Sample  Annealed  at  973  °K 
for  2  X  10"^  mm  of  Hg. 
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Figure  5.    Absolute  Seebeck  coefficient  of 
chromium.    X:  Cr-B  using  constantan  leads; 
+  :  Cr-B  using  platinum  leads;  O :  Cr-A 
using  constantan  leads;   :  Potter  fl6] . 
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Figure  7.      Percentage  Deviation  of  Other  \  Results  from  Results  on  Cr-A.    X:Cr-B;  V  :Harper  et  al . 

[7]  on  Cold  Worked  Sample  with  p    =  0.255  X  10"®  ftn;  O  :Harper  et_al.  [7]  on  Cold  Worked 

 g 

Sample  with  p    =  0.I8I  x  10      rim;  A  :Harper  et  al.  [7]  on  Annealed  Sample  with 

p^  =  0.055  X  10      ftn;    Q  :Powell  and  Tye  [5]  on  Annealed  Electrodeposited  Sample. 
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Figure  8.      \T  versus  T^p      for  Chromium;  Q  :ORNL  Results  on  Cr-A;  X:Powell  and  Tye  [5]. 
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Figure  9-      Experimental  Lorenz  Function  for  Chromium.    X:Calculated  using  eq  (8)  with  A  =  0; 
O; calculated  using  eq  (8)  with  A  =  8000  W  m"-'- . 
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Figure  10.    First  Derivative  of  q,S,  L,  and  Hall  Coefficient  with  Respect  to  Temperature. 

□  :Hall  coefficient  data  frcm  De  Vries  and  Ratherau  [23];  X:  a  of  Cr-A  when  sample 

under  a  gradient  of  O.OlU  °K  m   :a  of  Cr-A  when  sample  was  isothermal; 

O  :Lorenz  function  from  eq  (8)  with  A  =  8000  W  m"''';  A  :Seebeck  coefficient  of  Cr-A. 
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The  Thermal  Conductivity  of  Chromium  Above  and 
Below  the  N^el  Temperature  -  An  Analysis 


J.   F.  Goff 

U.  S.  Naval  Ordnance  Laboratory 
White  Oak,  Silver  Spring,  Maryland  20910 


Measurements  of  the  thermal  conductivity  of  polycrystal line 
Cr  between  2°K  and  290°K  indicate  that  at  the  higher  temperatures 
it  increases.     As  a  result  the  measured  Lorenz  No.  L  shows  a  T 
departure  from  the  Sommerfeld  value  Lq  in  the  temperature  range 
between  120.°K  and  280°K.     The  Method  of  Moments  promulgated  by 
Klemens  predicts  that  this  departure  is  due  to  a  second  order 
term  in  the  expansion  of  the  specific  conductivity  a(E)  about  the 
Fermi  level.     Previous  measurements  made  by  Powell  and  Tye  between 
323°K  and  1273°K  found  that  L  was  greater  than  Lq  over  the  whole 
range  of  temperature  but  decreased  as  the  temperature  was  raised. 
Consequently  aL  has  been  calculated  for  a  model  in  which  a(E)  has 
a  parabolic  well  symmetrically  arranged  about  the  Fermi  level  but 
with  a  finite  width  Eq.     The  calculations  give  reasonable  agree- 
ment with  the  data  between  120°K  and  1000°K  if  Eq  is  allowed  to 
decrease  during  the  antif erromagnetic-paramagnetic  change  at  the 
Niel  temperature.     A  surprising  result  is  that  a  parameter  of  the 
model  -  which  is  related  to  the  constant  of  the  parabolic  well  - 
is  independent  of  magnetic  changes  taking  place  at  the  N4el 
temperature . 


Key  Words:  chromium,  electrical  resistivity,  Lorenz  No., 
Niel  temperature,  thermal  conductivity. 


1.  Introduction 

Both  of  the  most  recently  reported  measurements  of  the  thermal  conductivity  X  of 
Cr  [1,2]     indicate  that  it  is  anomalously  large  above  90°K;   that  is,  the  Lorenz  No.  L 
found  from  these  data  is  much  larger  than  the  expected  Sommerfeld  value  [3]  L  = 
2.4453  X  10~8 ( v/deg ) ^.     The  low  temperature  measurements  were  made  on  a  series  of 
polycrystals  between  about  2°K  and  150°K  by  Harper  et  al  [1].     Above  90°K  the  Lorenz 
No.   constructed  from  their  data  becomes  rapidly  greater  than  Lq.     The  high  temperature 
measurements  were  made  on  a  well-annealed,  electrolytically  deposited  sample  between 
323°K  and  1273°K  by  Powell  and  Tye   [2],     They  found  that  L  was  anomalously  larger  over 
the  whole  temperature  range  and  attempted  to  ascribe  this  anomaly  to  a  lattice 
component  of  the  thermal  conductivity.     They  concluded  that  this  lattice  component 
would  itself  have  to  be  anomalously  large. 

The  present  measurement  [4]  of  X  and  the  electrical  resistivity  p  over  the  range 
2°K  to  291°K  confirms  this  anomaly.     At  the  higher  temperatures  X  begins  to  increase, 
the  concomitant  L  becomes  larger  than  Lq,   and  this  extra  aL  =  L  -  Lq  varies  as  T^ 
between  120°K  and  280°K.     This  temperature  dependence  is  exactly  the  prediction  of  the 
second  order  extension  of  the  simple  theory  of  electrical  conduction  which  has  been 
made  by  Klemens  [5].     Thus,  the  purpose  of  this  paper  is  to'  show  that  it  is  possible 
to  combine  these  measurements  with  those  of  Powell  and  Tye  [2]  to  develop     a  model 
which  explains  the  anomalous  thermal  conduction  without  the  assumption  of  a  lattice 
component . 


Physicist. 

Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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2.  Apparatus 

The  apparatus  has  been  described  previously  [6].     The  salient  features  are: 
1.     A  gas  thermometer  which  is  used  as  a  calibration  standard  in  the  temperature 
ranges  where  liquid  gas  standards  are  not  readily  available,     2.     a  radiation  shield 
which  is  thermally  anchored  to  the  base  of  the  sample  so  that  the  thermal  environment 
is  nearly  the  same  as  the  temperature  gradient  in  the  sample  itself,  and    3.  electrical 
connections  made  of  two  meter  lengths  of  #40  copper  wire  thermally  anchored  to  the 
sample  base  to  minimize  conduction  losses.     Since  the  previous  description  [6],  there 
have  been  four  changes  made  in  the  apparatus.     The  sample  heater  is  now  a  2000  ohm, 
!^  watt,  metal  film  resistor  which  is  sealed  into  a  copper  block  with  glyptal  enamel. 
The  thermocouple  which  is  used  to  measure  the  temperature  gradient  between  60°K  and 
300°K  has  been  changed  to  a  Au-2.11  at  %  Co:     Manganin  couple  to  minimize  thermal 
conduction  losses.     The  temperature  gradient  in  the  4°K  to  60°K  range  is  measured  by 
two  Allen-Bradley  100  ohm,   1/10  watt  carbon  resistors  that  are  calibrated  at  4.2°K  and  77° 
connected  by  a  straight  line  on  a  modified  Clement  and  Quinell  plot  [7].  Finally, 
pressure  contacts  are  used  in  the  sample  mounting. 

The  justification  of  the  calibration  procedure  in  the  4°K  to  60°K  range  is  three- 
fold.    Further  calibration  of  the  carbon  resistors  at  lower  temperatures  against  the 
vapor  pressure  of  liquid  He  and  at  higher  ones  against  the  gas  thermometer  indicate  a 
linear  Clement  and  Quinell  plot  at  temperatures  up  to  120°K.     Secondly  the  data  taken 
with  these  thermometers  at  the  lower  temperatures  agree  well  with  the  data  taken  at 
the  higher  ones  with  the  thermocouple.     Finally,  the  data  taken  in  this  way  agree  with 
theoretical  predictions. 

The  data  are  taken  in  several  ways  to  obviate  systematic  errors.     No  attempt  is 
made  to  maintain  the  same  size  temperature  gradient.     Some  of  the  data  are  taken  by 
heating  above  the  liquid  He  bath  and  others  are  taken  by  allowing  the  apparatus  to 
drift  up  in  temperature  after  the  bath  has  boiled  away.     These  data  agree  with  each 
other  within  a  few  percent.     The  same  temperature  gradient  is  used  in  determining 
the  thermoelectric  power  of  the  sample.     Since  this  quantity  has  a  different  temper- 
ature dependence  than  X,  it  would  be  difficult  for  a  systematic  error  to  hide  in 
both  sets  of  data.     At  the  very  highest  temperatures  the  thermoelectric  power  measured 
with  this  temperature  difference  agrees  with  the  published  data  of  M/ller  et  al  [8] 
within  1%. 

An  estimate  of  radiation  losses  at  the  higher  temperatures  has  been  made  by 
assuming  a  gradient  between  the  sample  and  the  radiation  shield  that  is  about  10  times 
the  measured  gradient.     The  calculated  error  in  that  case  is  10%  at  300°K  and  3%  at 
200°K.     Therefore  it  is  assumed  that  radiation  losses  can  be  ignored. 


3.  Sample 


The  sample  was  cast  in  an  oxygen-free  copper  boat  by  melting  with  an  argon  arc. 
It  was  polycrystalline  with  a  resistivity  ratio  p ( 297°K )/p ( 4°K )  =  72.     It  was  annealed 
in  a  vacuum  at  900°C  for  24  hours  and  then  ground  to  size.     The  dimensions  between 
thermometers  were  approximately  4mm  x  4  mm  x  35mm. 

Electrolytic  Cr  was  used.     It  has  been  analysed  as  follows   (in  weight  percent): 
Cr  -  99.92%,  Mn  -  0.004%,  Fe  -  0.005%,  Mg  -  0.002%,  Cu  -  0.003%,   and  the  balance  mostly 
S ,  P ,  Ni ,  and  Mn . 


4.  Data 

4.1    Thermal  Conductivity 

The  thermal  conductivity  data  for  this  measurement  are  shown  plotted  in  figure  1 
together  with  those  data  that  have  been  previously  reported  for  similar  samples  [1,2]. 
The  lower  temperature  data  were  obtained  by  Harper  et  al  [1]  from  an  as-cast  sample 
with  a  partial  anneal  (sample  #2).     It  has  a  residual  resistivity  pp  =  1.81  x  10"'' 
ohm-m  which  is  almost  the  same  as  that  of  the  present  sample  for  which        =  1.83  x  10~" 
ohm-m.     The  high  temperature  data  were  obtained  by  Powell  and  Tye  [2]  from  an  electro- 
lytically  deposited  samiple  that  had  been  annealed  at  1410°C. 

Both  Xmax  ^^'^  Po  depend  on  the  quality  of  the  sample.     These  two  quantities  are 
shown  plotted  against  each  other  in  figure  2  where  it  is  seen  that  the  present  measure- 
ment agrees  well  in  this  respect  with  the  data  of  Harper  et  al  [1].     The  reason  for 
the  different  temperature  dependences  of  the  two  samples  shown  in  figure  1  is  not 
understood.     However,  it  will  be  shown  that  the  present  data  agree  with  the  theoretical 
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prediction  of  the  temperature  dependence  of  the  thermal  resistivity  [9]  due  to  phonon 
scattering,  w^. 

In  an  elemental  metal  of  reasonable  purity,   one  expects   \  to  be  due  to  electrons; 
that  is  X  =  Xg.     At  low  temperatures  where  the  electron  distribution  is  surely 
degenerate  the  thermal  analog  to  Matthiessen ' s  Rule  should  hold;  the  thermal  resistance 
is  the  sum  of  the  residual  and  ideal  thermal  resistivities: 

w=X''"  =  w+  w..  (4-1) 

e  0  1 

can  be  calculated  from  Lq  and  the  measured  value  of  Pq : 

%  =   (Po/Lo)T"'   .  (4-2) 

The  temperature  dependence  of  wj_  separated  from  w  in  this  way  is  plotted  in  figure  3. 
Between  60°K  and  90°K  the  measured  values  of  w^  oc  j2 ^  the  dependence  predicted  by 
theory. 

Both  of  these  measurements  indicate  that  below  30°K  w^  is  greater  than  would  be 
expected,  although  the  temperature  dependences  differ  in  the  two  cases.     The  source 
of  this  extra  resistivity  is  not  known  and  will  not  be  pursued  in  this  paper. 

From  the  point  of  view  of  this  paper  the  important  phenomenon  is  the  increase  of 
X  above  200°K.     It  will  be  shown  that  this  effect  is  electronic.     It  is  unfortunate 
that  it  was  not  possible  to  measure  through  the  N^el  temperature   [10]        =  313. 0°K 
with  the  present  apparatus  because  one  would  like  to  know  if  the  data  would  join  those 
of  Powell  and  Tye.     It  would  seem  reasonable  to  expect  a     discontinuity  in  X  since  one 
is  observed  in  p  [11], 


4.2.     Electrical  Resistivity 

The  electrical  resistivity  p  of  the  sample  was  measured  in  the  range  from  1.2°K 
to  297°K.     The  residual  resistivity  Po  was  computed  to  have  an  average  value  of 
1.834  X  10-9  ohm-m  on  the  basis  of  nine  measurements  made  between  1.2°K  and  12.9°K. 

If  it  is  assumed  that  Matthiessen ' s  Rule  holds: 

P  =   pQ  +  Pi  (4-3) 

where  p^  is  the  ideal  component,  it  is  possible  to  compute  p3_  from  the  data.  These 
data  are  shown  in  figure  4  as  the  circles.     The  solid  line  comes  from  the  much  more 
accurate  data  of  Arajs  and  Dunmyre  [10].     The  agreement  between  the  two  sets  of  data 
supports  the  contention  that  method  used  to  calibrate  the  carbon  resistors  at  low 
temperatures  is  accurate  to  a  fraction  of  a  degree  because  these  same  calibrated 
resistors  were  used  to  determine  the  temperature  of  the  electrical  resistivity  data. 

The  temperature  dependence  of   pi  shown  in  figure  4  is  completely  anomalous.  At 
low  temperatures  where  one  expects   [12]  p^      T^ ,  a  T^*^  dependence  is  actually  found. 
This  latter  dependence  has  been  taken  to  indicate  a  predominant  proportion     of  inter- 
band  scattering  [1].     At  the  higher  temperatures  where  a  T     dependence  is  expected  [12], 
Pi  oc  T^'S.     It  is  not  the  purpose  of  the  paper  to  discuss  this  anomaly,  but  it  seems 
reasonable  to  suppose  that  it  indicates  a  large  proportion  of  electron-«electron 
scattering,  which  is  expected  to  give  a  T    behavior  [13],     The  small  anomaly  occurring 
at  the  N^el  temperature  itself  has  been  well  studied  [10,11], 


4.3.     Lorenz  Number 

The  Lorenz  No.  L  =  Xp/T  has  been  computed  from  values  of  X  and  p  taken  from  the 
best  smooth  lines  drawn  through  the  data.     This  value  is  shown  in  figure  5  along  with 
values  for  the  other  two  comparable  samples  [1,2],     The  circles  are  the  actual  values 
given  by  Powell  and  Tye  in  their  paper  [2],  while  the  dashed  line  was  constructed  from 
Harper  et  al's  data  [1]  for  X  and  Pq  and  the  values  of  p^  shown  in  figure  4. 

In  normal  metals  L  is  expected  to  equal  Lq  whenever  there  are  no  other  thermal 
conduction  mechanisms  and  the  electronic  scattering  processes  are  elastic.  The 
effect  of  other  conduction  mechanisms  such  as  lattice  conduction  is  to  increase  L 
because  then  X  =  Xe  +  Xq.     On  the  other  hand  the  effect  of  inelasticity  is  to  make 
L  <  Lq ,   a  condition  that  obtains  generally  at  intermediate  temperatures.     In  the 
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present  case  the  behavior  of  L  below  90°K  is  qualitatively  similar  to  normal  metallic 
behavior  with  \  =  \q  only.     Now  if  there  is  no  appreciable  lattice  thermal  conductivity 
X.q  at  these  low  temperatures,   it  is  unlikely  that  there  would  be  any  at  the  higher 
ones  because  the  maximum  value  of  Xg  is  expected  at  approximately  T  =  6/20  where  the 
Debye  temperature   [14]  e(Cr)  =  402°R.     On  the  other  hand  Klemens   [5]  has  pointed  out 
that  semimetals  depart  from  normal  metallic  behavior  as  the  temperature  increases 
because  the  energy  KT  embraces  more  of  the  overlapping  band  structure.  Therefore 
it  is  the  purpose  of  this  paper  to  show  that  the  abnormally  large  values  of  L  above 
90°K  can  be  reasonably  ascribed  to  the  effects  of  a  semimetallic  -  or  more  simply  - 
a  complicated  band  structure.     For  this  purpose  it  is  more  instructive  to  treat  AL 
shown  in  Figure  6.     The  striking  feature  is  that  between  about  120°K  and  280°K 


5.  Analysis 

5.1.     Method  of  Moments 

The  Method  of  Moments   (hereafter  MM)   as  promulgated  by  Klemens   [5]  is  a  way  of 
treating  the  electronic  Boltzmann  equations  so  that  the  resulting  transport 
coefficients  become  expressed  in  forms  that  are  tractable  when  applied  to  substances 
with  complicated  Fermi  surfaces.     The  essence  of  the  method  is  to  focus  the  effect  of 
such  complicated  surfaces  on  the  integrations  over  energy  that  occur  in  all  of  the 
transport  integrals.     It  becomes  possible  to  expand  the  integrands  of  these  integrals 
about  the  Fermi  energy  and  then  to  allow  the  data  to  determine  the  first  derivatives 
of  the  expansions. 

The  fM  represents  the  integration  over  a  constant  energy  surface  by  the  specific 
conductivity  o(e)  where   e  =  E/KT  is  the  reduced  energy.     Then  if  it  is  assumed  that  a 
relaxation  time  exists  which  is  the  same  for  both  thermal  and  electrical  processes 
and  that  the  phonon  system  is  in  equilibrium,  the  transport  coefficients  of  interest 
to  this  paper  become: 
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function.     It  is  possible  to  neglect  the  S 
term  in  eq  (5-lc)    (and  similarly  the  Mi"^  term  in   (5-lb))  because  M2/MQ  >  1,  (K/e) 
86.3  ^V/deg,  and  Smax(Cr)  =  21  uV/deg  at  300°K  [8].     This  neglection  is  about  a  6% 
error.     In  the  following  formulae  these  terms  will  no  longer  be  included. 


In  the  transport  properties  of  metals  one  is  concerned  with  the  distribution  of 
electrons  about  the  Fermi  surface.     Therefore  this  surface  is  chosen  as  the  energy 
zero  and  a(e)  is  expanded  in  a  McLauran  series  about  it. 
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These  formulae  are  expressed  in  terms  of  the  reduced  energy  e;  the  a    depend  implicitly 
on  temperature.     The  temperature  dependence  of  these  second  order  corrections  becomes 
explicit  if  they  are  rewritten  in  terms  of  the  energy  E.     It  is  easy  to  see  by 
comparing  expansions  of  a(E)   and  cr(e)  that 
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Properly  speaking  L  is  not  a  transport  coefficient,  but  since  L  =  Xp/T  it  has 
the  advantage  that  it  has  the  constant  value  Lq  =   (n  /3)(K/e)2  for  a  normal  metal 
whenever  the  assumptions  made  at  the  beginning  of  this  section  apply.     Therefore  the 
second  order  effects  are  most  easily  seen  in  AL  =  L  -  L^: 


1  + 
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which  has  a  saturation  value  of  7.815  x  10  (v/deg, 


a  value  which  is  3.2  times  L, 


The  assumptions  made  in  MM  can  be  expected  to  apply  to  metals  at  temperatures  of 
the  order  of  100°K  or  more,   and  it  is  seen  in  figure  6  that  the  temperature  dependence 
of  aL  is  exactly  the  initial  temperature  dependence  of  eq(5-6): 
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The  quantity  C  =  (a2E/2aoE)  has  been  determined  from  the  data  to  be  195  (electron 
volts  )~2.     This  is  a  very  interesting  quantity  not  only  because  it  is  temperature 
independen-t  below  Tn>  but  it  will  be  shown  in  the  next  section  that  the  same  number 
is  found  from  the  data  above  T^. 

5.2  Model 

Since  second  order  terms  in  the  a(E)  expansion  cause  AL  >  0,  the  non-zero  values 
of  aL  above  T^  found  by  Powell  and  Tye  [2]  and  shown  in  figure  6  suggest  that  these 
terms  still  exist  at  these  high  temperatures  but  in  a  vestigial  manner.     That  is, 
these  second  order  terms  extend  only  over  a  limited  range  of  energy  E^;   and  as  the 
temperature  increases  the  normal  portion  of  ct(e)  outside  this  range  becomes  more 
important.     Therefore  the  model  shown  in  figure  7  by  the  solid  line  is  suggested  by 
the  data,   and  AL  will  be  calculated  for  it. 

For  even  values  of  n  the  moment  integrals  of  eq   (5-2)  become 
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It  is  convenient  to  define  a  new  function  G(e^) 


=  ^n/'^lO 


(5-10) 


because  then  Oiq,  which  yields  the  normal  metallic  electrical  conductivity  at  low 
temperatures  aha  so  contains  unknown  temperature  dependences  implicitly  cancels 
out  of  L.     The  transport  coefficients  are 
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These  coefficients  contain  two  constants  which  must  be  determined  from  the  data.  The 

first,  a  =  a2o/ol0»  is  the  ratio  of  the  zero'th  derivitive  outside  the  parabolic  well 

to  that  inside.     The  second  is  the  energy  width  of  the  well  Eq.     These  constants  are 
related  to  the  quantity  C  defined  by  the  previous  section;  C  =  4(a  -  1)/E 


o 


The  model  was  calculated  on  the  CEIR  computer  by  first  computing  the  ^[-,(£0^  ^ 
three  point  Gaussian  integration  with  100  intervals  and  then  storing  these  in  a  list 
to  compute  Gn( Eq )  various  values  of  a.     It  is  somewhat  surprising  that  the  Fn(eo) 

do  not  approach  their  saturation  values  Fn(")  until  the  interval  tQ/2  attains  rather 
high  values:  n  =  0,  £q/2  =  16;  n  =  2,  eo/2  =  20;  n  =  4,  £^72  =  26.  As  a  result  the 
effect  of  Eq  is  seen  in  the  coefficients  5-11  at  temperatures  for  which  KT  «  Eq. 

The  results  of  these  calculations  are  shown  in  figure  8  where  the  reduced 
AL/(K/e)^  =  ALr  plotted  against  KT  /Eq  for  a  series  of  a.     The  shape  of  the  high 

temperature  portion  of  the  curve  is  sensitive  to  the  form  of  020*  'the  agreement 

of  Powell  and  Tye ' s  data  with  the  model  implies  that  ct20        indeed  rather  independent 
of  KT/Eg  up  to  1000°K.     At  low  temperatures   |E|  >  Eq/2  do  not  affect  the  transport 
coefficient,  and  it  is  possible  to  state  only  that  the  data  must  fall  somewhere  in 
the  cross-hatched  region  of  the  figure. 

The  very  interesting  result  of  the  model  is  that  the  value  of  C  computed  from 
the  parameters  needed  to  fit  Powell  and  Tye ' s  data  is  in  excellent  agreement  with  the 
value  obtained  from  the  low  temperature  data.     Eq  was  found  to  be  0.188  electron- 
volts  and  a  to  be  2.7.     These  parameters  give  a  value  of  C  of  192  (electron-volts)"^. 


6.  Conclusion 

Since  the  thermal  conductivity  data  were  taken  on  different  samples  below  and 
above  Tq ,   there  must  be  some  reservations  in  any  conclusions  reached  from  the  analysis. 
However,  it  is  well  known  that  there  is  an  anomaly  in  p(lO,ll)  at  T^,  and  therefore 
one  would  expect  an  anomaly  in  either  X  or  L. 

Calculations  based  on  the  high  temperature  model  shown  in  figure  7  predict  that 
ALj,  vs  KT/Eq  should  be  a  continuous  curve  like  those  shown  in  figure  8  by  the  family 
of  curves.     It  is  not  possible  for  the  data  to  fit  on  one  such  line,  and  so  in  the 
vicinity  of  Tn  the  two  parameters  a  and  Eq  must  decrease  as  T  increases.     It  is  a 
surprising  result  of  the  calculations  that  C  =  (a^g/SaQp)  -  which  is  sort  of  the 
parabolic  constant  of  the  well  -  is  independent  of  the  changes  occurring  at  the  N^el 
temperature.     As  is  shown  in  figure  7  the  change  in  a(E)  at  T^  amounts  to  an  enormous 
decrease  in  the  height  of  the  parabolic  well,  which  is  itself  unchanged. 

What  can  be  the  meaning  of  such  a  result?    Since  a(E)  can  be  considered  as  a 
product  of  the  density-of-states   (hereafter  DS )  and  a  carrier  mobility  [5],  there  are 
two  possible  sources  of  explaination :     scattering  or  band  structure.     However  the  very 
fact  that  the  parameters  of  the  model  are  temperature  independent  suggests  that  they 
represent  band  parameters.     The  energy  Eq  =  0.188  electron-volts  corresponds  to  0.0120 
rydbergs ,  an  energy  which  is  comparable  to  parabolic  type  wells  in  the  computed  DS 
of  transition  metals  [15,16],     Then  if  such  an  interpretation  be  correct,  one  would  . 
expect  to  find  aL  >  0  in  other  transition  metals  at  the  higher  temperatures. 

It  has  been  pointed  out  by  the  author  [17]  that  considerations  of  the  transport 
coefficients  from  the  multiband  point  of  view  indicate  that  they  represent  different 
portions  of  the  Fermi  surface.     The  conductivities  are  weighted  toward  those  portions 
of  the  surface  which  have  large  carrier  occupations  and  rather  pedestrian  mobilities 
when  compared  with  the  Hall  coefficient  and  Thermoelectric  power.     Thus,  the  DS  of 
interest  is  not  the  total  DS  but  more  likely  the  DS  in  some  principal  direction  of 
the  Brillouin  zone.     One  can  then  guess  that  in  Cr  the  principal  electron  conduction 
is  occurring  in  those  portions  of  the  Fermi  surface  which  are  relatively  unaffected 
by  the  disappearance  of  the  magnetic  Brillouin  zone  planes  at  Tp,.     Therefore  C  is 
unchanged,  but  there  is  some  reshuf f leling  of  DS  which  corresponds  to  a  large  decrease 
of  a  with  a  concomitant  small  change  in  p. 
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This  interpretation  is  quite  speculative.     However,  the  very  real  possibility 
exists  that  measurements  of  thermal  conductivity  at  high  temperatures  in  pure  metals 
can  give  some  insight  into  the  Fermi  surface  at  these  temperatures. 
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Figure  1.     The  thermal  conductivity   X  of  chromium  vs  temperatures.     The  solid  line  is 
the  present  measurement;   the  dashed  line  is  for  other  measurements  of 
comparable  samples.     At  low  temperatures  these  data  are  for  sample  #2  of 
Harper  et  al   [1].     At  high  temperatures  the  data  are  for  Powell  and  Tye's 
sample   [2]  which  was  annealed  at  1410°C. 
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Figure  2.     The  maximum  value  of  the  thermal  conductivity  compared  with  the  residual 
resistivity . 
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Figure  5.     The  Lorenz  No.  vs  temperature. 
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Figure  6.     The  extra  value  of  the  Lorenz  No.  vs  temperature. 
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Figure  7.     The  specific  conductivity  a(E)  deduced  from  the  data.     The  solid  line 

applies  to  temperatures  greater  than  the  Niel  temperature  and  the  dashed 
line  to  those  less  than  it. 
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Figure  8.     The  reduced  value  of  the  departure  of  the  Lorenz  No.   from  the  Sommerfeld 
value:     aL_  =   (L  -  L,^) /{K/e)     shown  by  the  family  of  smooth  curves.  The 


data  are  plotted  in  terms  of  the  model, 
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Thermal  Conductivity  of  a  Round-Robin  Armco 
Iron  Sample 

D.  C.  Larsen  and  R.  W.  Powell 

Thermophysical  Properties  Research  Center 
Purdue  University 
West  Lafayette,  Indiana 


An  apparatus  employing  a  steady  state  longitudinal  heat  flow  method  with 
matched  guarding  is  described  for  the  determination  of  the  thermal  conductivity 
of  good  conducting  solids  in  the  temperature  range  50-800  °C. 

The  heat  outflow  from  the  sample  is  measured  absolutely  using  a  water  flow 
calorimeter  in  the  moderate  temperature  (50-300  °C)  version  of  the  apparatus. 
The  high  temperature  (200-800  °C)  apparatus  can  be  evacuated,  and  the  calori- 
meter heat  sink  eliminated.     In  both  instances  the  heat  is  supplied  electrically 
and  is  directly  measurable. 

The  material  being  investigated  is  Armco  Iron,  the  specimen  being  one 
originally  supplied  by  BMI  as  a  part  of  the  Round-Robin  investigation. 

Key  Words:     Armco  iron,  iron,  longitudinal  heat  flow  method,  metals, 
thermal  conductivity. 
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High  Temperature  Transport  Properties 
Some  Platlnel  Alloys 
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We  have  measured  the  transport  properties  (thermal  conductivity, 
electrical  resistivity,  and  thermoelectric  power  vs.  Pt )  of  two 
Pt-Pd-Au  and  one  Pd-Au  alloy  in  the  temperature  range  of  300  to 
1200  °K.     Using  literature  values  for  the  phonon  conductivities,  and 
for  the  absolute  thermoelectric  power  of  Pt ,  we  have  calculated  the 
(electronic)  Lorenz  function,  Lg ,  and  compared  it  to  the  theoreti- 
cally expected  value  of  (Lq  -  S^),  where  Lq  is  the  standard  Lorenz 
number,  and  S  is  the  absolute  thermoelectric  power  of  the  material. 
For  the  two  three-component  alloys,  Lg  is  nearly  a  linear  function 
Increasing  with  temperature,  exceeding  in  magnitude  its  expected 
value  over  the  whole  temperature  range  covered,  in  much  the  same 
fashion  as  in  pure  Pt  and,  probably,  pure  Pd .     For  the  two-component 
alloy,  Lg  is  larger  than  Its  expected  value,  but  approaches  it  at 
higher  temperatures.     The  behaviour  observed  for  these  alloys  con- 
trasts remarkably  with  that  reported  by  Flynn  for  Pt-40?Rh. 


Key  Words:     Electrical  resistivity,  Lorenz  function,  Pd-Pt-Au 
alloys,  Platlnel,  thermal  conductivity,  thermal  expansion, 
thermoelectric  power,  Wledemann-Franz  ratio. 


1.  Introduction 


In  retrospect,  many  cogent  reasons  could  be  adduced  for  our  undertaking  the  inves- 
tigations herein  described.     The  true  reasons,  we  must  blushingly  admit,  were  rather 
prosaic:  having  been  supplied  with  the  samples,  gratis,  by  Engelhard  Industries,  whose 
interest  in  the  properties  of  Platlnel  alloys  is  more  easily  appreciated  than  ours,  we 
measured  their  transport  properties,  fully  expecting  to  obtain  results  analogous  to 
those  reported  by  Flynn  [1]^ for  Pt-40%Rh.     Our  results,  which  differ  strikingly  from 
those  of  Flynn,  came  to  us  therefore  as  a  surprise.     They  further  confirm  the  fact, 
which  even  some  theoreticians  appear  to  be  beginning  to  appreciate,  that  the  relation 
between  the  thermal  and  electrical  conductivities  at  high  temperatures  for  the  transi- 
tion metals,  particularly  of  the  VIII  group,  is  not  simply  a  matter  of  the  Wledemann- 
Franz  law  with  the  standard  Lorenz  number,  Lq ,  or  even  (Lq  -  S^).     At  this  stage,  we  do 
not  know  precisely  why  the  Lorenz  function  of  these  metals  should  depart  in  the  observed 
manner  from  its  standard  value,  particularly  considering  that  it  is  the  latter  which  is 
found  in  the  monovalent  metals  [2], [3],  and  even  in  some  polyvalent  ones  [4].  Therefore, 
rather  than  waste  space  on  some  second-hand,  general,  and  rather  meaningless  comments 
on  the  "two-band  nature"  of  the  transition  metals,  we  shall  refrain  from  any  theoretical 
discussion  whatsoever,  and  restrict  ourselves  simply  to  the  presentation  of  the  experi- 
mental results. 


2.     Samples  and  Method 

Engelhard  Industries  have  kindly  supplied  us  with  three  alloys,  labelled  5330, 
5355,  and  76?^.     These  are  alloys  used  for  the  Platlnel  I  and  II  thermocouples,  and  are 
Identified  in  that  way  in  table  1,  which  also  contains  the  nominal  and  actual  composi- 
tion of  these  alloys.     In  that  table  we  have  also  given  the  residual  resistivity  ratios 


^Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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measured  on  our  specimens;  these  indicate  that  the  transport  properties  are  dominated 
by  impurity  scattering  right  up  to  room  temperature. 


Table  1.     Description  of  the  specimens 


Alloy 

Alternate 

Use  in 

Composition 

P(273) 
P(4) 

designation 

alloy 
designation 

Platinel 
thermocouples 

Nom.  wt  % 
Pd-Pt-Au 

Nom.  at  % 
Pd-Pt-Au 

Actual  wt  % 
Pd-Pt-Au 

7674 

Platinel  1503 

neg,  element 
of  I  and  II 

35-0-65 

50-0-50 

34.95-0-65.05 

1.133 

5330 

Platinel  1786 

pos.  element 
of  I 

83-li*-3 

90-8-2 

83.00-13.95-3.05 

1.950 

5355 

Platinel  1813 

pos .  element 
of  II 

55-31-14 

69-21-10 

55.0-31.4-13.6 

1.289 

We  have  received  two  specimens  from  each  alloy.     One,  a  composite,  approximately 
1.2  cm  in  diameter  and  10  cm  long,  was  used  for  the  measurement  of  the  thermal  conduc- 
tivity by  the  "Guardless"  method,  previously  described  by  us  in  detail  [5], [6].  The 
second,  a  thin  rod  O.178  cm  in  diameter  and  20  cm  long,  was  used  for  the  measurement  of 
the  electrical  resistivity,  by  a  method  described  in  [6].     The  thermoelectric  power 
with  respect  to  reference  grade  platinum  (Engelhard  Ind.)  was  measured  on  both  speci- 
mens of  each  alloy,  and  was  used  as  a  cross-check  on  alloy  homogeneity. 

We  have  also  measured  the  total  thermal  expansion  of  the  composite  specimens, 
a(T)  =   (  2.(T)-2,q)/£q,  where  il(T)  is  the  length  of  the  specimen  at  temperature  T,  and  £q 
is  its  length  at  room  temperature.     The  measurements  were  made  in  a  silica  push-rod 
dilatometer;  their  chief  purpose  was  to  provide  information  necessary  for  a  correction 
that  we  have  to  apply  in  our  method  of  measuring  thermal  conductivity  [5],  and  having 
measured  it,  we  decided  to  include  it  here  as  possibly  useful  Information  on  the  alloys 


3.  Results 

All  the  properties  have  been  measured,  after  specimen  annealing,  in  several  cycles 
of  increasing  and  decreasing  temperature.     The  composite  specimens  have  been  annealed 
at  a  temperature  of  between  8OO  and  900  °K  for  about  60  hours;  the  small  specimens  have 
been  annealed  at  a  higher  temperature,  of  about  1100  °K,  but  for  a  shorter  time,  about 
15  hours.     The  annealing  was  done  in  situ,  after  the  specimens  have  been  assembled  in 
the  measuring  apparatus. 

The  experimental  results  obtained,  uncorrected  for  thermal  expansion  in  the  case 
of  the  thermal  conductivity  and  electrical  resistivity,  were  analysed  by  a  computer  in 
terms  of  polynomial  functions  of  the  absolute  temperature,  T, 

f(T)   =  A  +  BT  +  CT^  +  DT^    +  ••• 

The  coefficients  for  best  fit  (i.e.  one  for  which  a  subsequent  increase  in  the  number 
of  terms  produces  no  substantial  improvement  in  the  rms  deviations,  taking  account  of 
the  increase  in  the  number  of  degrees  of  freedom)  are  given  in  table  2  for  all  the 
properties  measured.     In  that  table,  we  also  give  the  number  of  points  measured  for 
each  property,  N,  the  rms  deviation  of  the  experimental  points  from  the  curves,  the 
temperature  range  which  the  equations  cover,  and  the  estimated  error  of  our  results. 
The  last  we  consider  to  be  the  maximum  determinable  error,  that  is  the  maximum  possible 
error  in  the  results  due  to  all  the  causes  of  which  we  are  aware. 

For  the  two  three-component  alloys,  5330  and  5355,  the  thermoelectric  power  meas- 
ured on  the  small  and  large  specimens  agreed  within  the  scatter  of  the  results  for 
each,  and  all  the  results  were  grouped  together  for  the  analysis.     This  was  not  the 
case  for  the  two-component  alloy,  7674;  for  this  alloy,  not  only  was  there  a  signifi- 
cant difference  between  the  small  and  large  specimens,  but  in  the  large  one  itself 
there  was  a  significant  difference  between  its  two  halves.     We  have  analysed  each  of 
these  separately,  and  have  given  the  results  in  table  2  marked  S(s)  for  the  small 
specimen,  and  S(l)  and  S(r)  for  the  two  halves  of  the  large  one.     We  have  also  encoun- 
tered greater  difficulty  with  the  7674  alloy  than  with  any  of  the  other  ones  as  far  as 
reproducibility  in  the  other  transport  properties  is  concerned,  which  is  reflected 
directly  in  the  larger  experimental  scatter  of  the  results,  as  shown  by  the  rms  devia- 
tions in  table  2.     However,  we  have  not  been  able  to  observe  any  consistent  relation 
between  any  of  the  measured  properties  and  the  limited  thermal  history  of  the  specimens. 

326 


Table  2.     Experimental  results.     A,  B,   C,  and  D  are  coefficients  of  poly- 
nomial fit  in  temperature.  In  K.     Units  are:     thermal  conduc- 
tivity  (X)  -  w  m~     K"-';  electrical  resistivity   (p)  -  pfi-m; 
total  thermal  expansion  (a)  -  %;  thermoelectric  power  vs.  Pt 
(S)  -  yV/K.     X  and  p  not  corrected  for  thermal  expansion. 


Alloy 

Q'ty 

1 

A           ,    B  X  10' 

C  X  10  ^ 

D  X  10^ 

N 

rms 
deviation 

Estimated 
error 

+   >  - 

Temperature 
range 

7674 

X 

P 
a 

S(s) 
S(l) 
S(r) 

5.84 
0.2236 
-  0.355 

9.47 

12.62 

100.13 
0.0548 
1.186 

88.70 

5d  .  03 

66.49 

-31.86- 
0.0202 
0.043 

-68.97 

-28.07 

-34.84 

15.33 

52 
18 
17 
15 
14 
12 

2.0  % 
0.55  " 

1.1  " 
0.25  pV/K 
0.26  " 
0.33  " 

3.5  % 
0.5  " 

2  " 
1  pV/K 
1  " 
1  " 

300-1150 
300-1350 
300-1200 
300-1300 
400-1100 
400-1100 

5330 

X 
P 
a 

S 

27.66 
0.0808 
-  0.304 
2.29 

49.47 
0.3803 
0.979 
-30.17 

1 . 31 
-  0.0774 
0.214 
46.81 

-15.70 

18 
21 
16 
38 

1.6  % 
0.16  " 
1.3  " 
0.05  UV/K 

3  7o 
0.5  " 
2  " 
0.2  liV/K 

^00-1000 
300-1350 
300-1100 
300-1350 

5355 

X 

P 
a 
S 

10 . 66 
0.2232 
-  0.292 
7.25 

58.69 
0.3097 
0.929 
-40.03 

-  7.25 

-  0.0578 
0.205 

53.03 

-18.58 

20 
21 
20 
35 

1.5  % 
0.06  " 
1.1  " 
0.06  mV/K 

3  % 
0,5  " 
2  " 
0.2  yV/K 

300-1200 
300-1200 
300-1200 
300-1300 

Figures  1  and  2  illustrate  our  smoothed  results  for  the  thermal  conductivity  and 
electrical  resistivity  as  a  function  of  temperature.     For  comparison,  we  have  included 
the  results  for  pure  Pt  [6], [7],  pure  Pd  [8],  and  also  the  Pt-40%Rh  alloy  reported  by 
Plynn  [1].     .Figure  3  shows  the  absolute  thermoelectric  powers  of  all  these  metals;  the 
values  for  Au,  Pd,  and  Pt  we  have  taken  from  Cusack  and  Kendall  [9],  the  last  also 
being  used  for  converting  the  observed  thermoelectric  powers  of  our  alloys  into  absolute 
values.     The  thermoelectric  power  of  Pt-40%Rh  we  have  calculated  from  values  kindly 
given  us  by  Dr.  R.  E.  Bedford  of  our  laboratory. 

Figure  4  gives  the  calculated  Wiedemann-Franz  ratio  for  the  metals,  Lj./L  = -^^tP/TLo  , 
where  X.^.  is  the  total  (measured)  thermal  conductivity,  and  Lq  the  standard  L5'renz  num.- 
ber  (2.443x10"^    (V/K)^).     Figure  5  shows  the  ratio  of  the  electronic  Lorenz  function, 
Le ,  to  Lq,  where  Lq/Lq  =  Xgp/(LQT),   Xg  being  the  electronic  conductivity.     We  have 
calculated  the  latter  by  subtracting  an  estimated  phonon  conductivity,  X   ,  from  the 
total  one,  assuming  Xp  =  6/T  for  all  the  metals  shown  in  the  diagram.     We  have  selected 
the  Xp  on  the  basis  of  the  work  of  Fletcher  and  Greig  [10],  who  observed  approximately 
this  value  for  the  high  temperature  phonon  conductivity  for  sets  of  Pd-Ag,  Pt-Au,  and 
Pt-Ir  alloys,  roughly  independent  of  alloy  composition  and  concentration. 

Finally,  figure  6  gives  the  ratio  of  Lg  to   (Lq-S^),  which  is  supposed  to  be  a  bet- 
ter approximation  to  the  high  temperature  limiting  value  of  Lg  than  Lq  by  itself  is. 


4.  Discussion 

Disturbed  by  the  range  of  values  that  we  have  obtained  for  the  thermoelectric 
power  for  the  alloy  7674,  we  have  attempted  to  compare  our  results  with  such  values  as 
we  could  find  in  literature.     Olsen  and  Freeze  [11],  for  instance,  give  total  emf's 
between  the  temperature  T  and  the  ice-point  for  each  of  the  legs  of  the  Platinel  II 
thermocouple  relative  to  Pt  27.     Integrating  the  equations  for  our  corresponding  alloys, 
we  find  very  good  agreement  for  5355,  the  difference  between  our  results  and  those  of 
Olsen  and  Freeze  corresponding  to  0.03  pV/K,  well  within  our  experimental  error.  For 
the  small  sample  of  7674,  we  find  a  difference  corresponding  to  -0.8  yV/K,  still  less 
than  our  estimated  error;  the  two  halves  of  our  large  specimen,  however,  give  thermo- 
electric powers  that  differ  by  an  equivalent  of  some  -1.5  and  -4  yV/K. 

To  obtain  a  comparison  for  our  5330  alloy,  we  Integrated  an  equation  representing 
the  difference  between  that  alloy  and  5355,.  and  compared  it  with  the  differences  in 
the  tabulated  values  given  by  Zysk  [12]  for  the  total  emf's  of  Platinel  I  and  II.  The 
differences  between  our  results  and  those  given  by  Zysk  are  somewhat  erratic,  but,  on 
the  average,  corresponded  to  0,34  yV/K,  which  Is  within  the  combined  error  of  our  own 
results . 
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On  balance,  therefore,  our  results  for  the  alloys  5355  and  5330  agree  well  with 
literature  values,  as  do  those  for  our  small  specimen  of  the  alloy  foj^.     We  do  not 
know  why  the  large  specimen  of  the  last  showed  such  variable  behaviour.     Besides  the 
possibility  of  experimental  error,  which  we  think  unlikely,  two  other  factors  may  enter: 
1)  effects  of  ordering,  which  have  been  observed  in  Pd-Cu  alloys  [13]  and  Pd-Ag  alloys 
[14],  at  the  same  atomic  composition  as  767^.     Our  specimens  did  not  receive  identical 
heat  treatments,  nor  did  our  large  specimen  receive  the  type  of  annealing  usually  given 
to  Platlnel  thermocouples;  differences  in  thermoelectric  powers  could  therefore  arise 
due  to  different  degrees  of  ordering.     Corresponding  differences  should  then  occur  in 
both  the  thermal  conductivity  and  the  electrical  resistivity,  and  as  these  could  be 
quite  large   [13],  our  calculated  Lorenz  function,  obtained  from  combining  results  from 
two  dissimilarly  ordered  alloys,  could  be  seriously  in  error.     2)  small  but  genuine 
composition  differences  between  the  large  and  small  specimens,  perhaps  brought  about  by 
our  heat  treatment  or  handling.     Chen  and  Nicholson  [l4],  for  instance,  have  shown  a 
very  prominent  peak  in  the  thermoelectric  power  of  Pd-Ag  alloys  at  the  50-50  at  %  level; 
if  similar  effects  exist  in  the  Pd-Au  family,  then  very  small  composition  changes  could 
produce  the  effects  that  we  have  observed.     Small  compositional  changes  should  not 
affect  seriously  the  other  transport  properties.     In  this  case,  therefore,  we  should 
expect  our  calculated  Lorenz  function  to  be  accurate  to  about  h% . 

As  far  as  the  thermal  conductivity  and  electrical  resistivity  is  concerned,  we 
find  that  we  have  little  to  say:   on  the  one  hand,  the  "description"  of  the  results  is 
already  contained  in  figures  1  to  6,  and  there  seems  little  point  in  repeating  it  here 
verbally;  on  the  other  hand,  we  can  offer  no  "explanation"  of  the  behaviour  observed, 
at  least  not  at  this  stage.     We  have,  however,  undertaken  further  research,  of  a  more 
systematic  nature  than  heretofore,  and  we  may,  hopefully,  reach  some  conclusion  in  this 
respect  in  the  future. 
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Figure  1.     Smoothed  values  of  the  thermal 
conductivity  as  a  function  of  temperature. 
References:     Pd  -   [8];  Pt  I  -  [6];  Pt  II  - 
[7] ;  Pt-40%  Rh  -  [ij . 


Figure  2.     Smoothed  values  of  electrical 
resistivity  as  a  function  of  temperature. 
References:     Pd  -  [s] ;  Pt  -  [&] ;  Pt-A07. 
Rh  -  [1]  . 
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Figure  3.    Absolute  thermoelectric  power  i  i  I  i  I  i  1  1  1  l 

as  a  function  of  temperature.    References:  300  500  700  900  1100  T.  K 

Au,  Pd,  Pt  -  [9];  s,  1,  and  r  indicate 
respectively  the  thermoelectric  power  of 

the  small  specimen,  and  of  the  two  halves  Figure  4.     The  Wiedemann-Franr  ratio,  Lj., 
of  the  large  specimen  of  alloy  7674.  as  a  function  of  temperature. 


Figure  5.    The  ratio  of  the  Lorenz  function.  Figure  6.    The  ratio  of  the  Lorenz  function, 

to  the  Lorenz  nutaber,  L^,  as  a  function  Lg,  to  (L^-S^) ,  as  a  function  of  temperature, 

of  temperature. 
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The  Thermal  Diffusivity  of  Gold 
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The  thermal  diffusivities  of  four  gold  samples  have  been  measured 
from  325  to  1225°K.    The  sample  purities  varied  from  about  95  to  99.  999% 
and  the  resistivity  ratios  from  3  to  600.    The  thermal  diffusivity  of  gold 
was  found  to  be  sensitive  to  the  impurity  concentration.    The  thermal  dif- 
fusivity data  were  combined  with  published  specific  heat  data  to  obtain 
thermal  conductivity  values.    Electrical  resistivity  and  Seebeck  coefficient 
measurements  were  also  made  on  the  samples. 

Key  Words:    Gold,  Lorenz  number,  Seebeck  coefficient, 
thermal  conductivity,   thermal  diffusivity. 


1 .  Introduction 

Recently  there  has  been  increasing  interest  in  understanding  the  high  temperature  thermal  con- 
ductivity of  metals.    In  order  to  do  so,  much  additional  accurate  data  is  needed  on  the  simpler  metals 
such  as  Cu,  Ag,  and  Au.     Thermal  diffusivity  data  on  a  series  of  gold  samples  of  different  purities  are 
reported  here.    Gold  was  chosen  because  of  the  availability  of  reasonably  pure  samples  and  the  almost 
total  lack  of  published  thermal  conductivity  data  above  300°K. 

2.  Measurements 

The  thermal  diffusivity  measurements  were  made  by  a  modified  Angstrom  method.     The  tech-  ^ 
niques  and  equipment  which  were  used  for  these  measurements  have  been  described  previously  [l,  2]  . 
The  three  sample  thermocouples   consisted  of  0.025  cm  diam  Pt  and  Pt/l0%  Rh  wires  spot 
welded  to  the  gold  sample.    Current  for  electrical  resistivity  measurements  was  applied  to  the  sample 
through  0.  061  cm  diam  Pt  wires  spot  welded  to  the  sample  ends.    The  apparent  electrical  resistivity 
was  measured  after  each  measurement  of  thermal  diffusivity  by  a  standard  4-wire  technique.    Two  of 
the  Pt  thermocouple  wires  were  used  as  voltage  probes.    The  thermal  diffusivity  measurements  were 
made  with  the  samples  in  one  atmosphere  of  helium  and  with  a  2.  5°K  amplitude  30  sec  period  tempera- 
ture sine  wave. 

The  absolute  Seebeck  coefficients  of  the  samples  were  measured  by  a  method  described  by 
Heller  and  Danielson  [3],     Two  of  the  thermocouples  welded  to  the  sample  for  thermal  diffusivity 
measurements  were  used  for  the  Seebeck  coefficient  measurements.     The  wires  were  reconnected  ex- 
ternally so  that  the  instantaneous  voltage  developed  across  the  Pt  -  Au  -  Pt  junctions  could  be  plotted 
as  a  function  of  the  voltage  across  the  Pt/lO%  Rh  -  Au  -  Pt/l0%  Rh  junctions  on  an  x-y  recorder. 

The  30  sec  period  sine  wave  used  for  thermal  diffusivity  measurements  was  also  used  to  supply 
the  varying  temperature  gradient  for  the  Seebeck  coefficient  measurements.    The  absolute  Seebeck 
coefficient  of  gold  could  then  be  calculated  from  the  absolute  Seebeck  coefficient  of  platinum  reported 
by  Cusack  and  Kendall  [4]  and  the  Pt  -  Pt/lO%  Rh  thermocouple  tables  published  by  Adams  and 
Davisson  [S]. 

3.  Samples 

Four  gold  samples  of  different  purity  were  obtained  from  four  different  sources  in  the  form  of 
rods  0.  35  cm  in  diam  and  30  cm  long.    Table  1  lists  the  samples,  the  manufacturer,  the  purity  stated 
by  the  manufacturer  and  our  measured  values  for  the  ratio  of  the  electrical  resistivity  at  300°K  to  the 
electrical  resistivity  at  4.  2°K  after  the  samples  had  been  annealed  at  1225°K  for  1  hr. 


Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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Table  1.    Sample  Characterization. 


Sa-mple 

Manufa  c  tu  r  e  r 

Pu  r  ity 

(\C\I    ^  A  T 

Au  1 

Johnson,  Matthey  and  Co. 

99. 999% 

600 

Au  2 

Sigmund  Cohn 

99.  99% 

310 

Au  3 

Aremco 

99. 9999% 

110 

Au  4 

Mint  Gold 

3 

4.  Results 

The  thermal  diffusivity  results  for  the  four  samples  are  shown  in  fig.   1.    Each  point  represents 
the  average  of  two  diffusivity  values  obtained  from  the  two  thermocouple  combinations  at  a  given  tem- 
perature.   The  deviation  of  the  points  for  each  sample  from  a  smooth  curve  drawn  through  them  was 
less  than  1.  5%.    The  thermal  diffusivity  was  dependent  on  the  purity  of  the  sample  and  decreased  with 
increasing  impmrity  concentration.     For  the  most  impure  sample,   Mint  gold,  the  thermal  diffusivity 
was  found  to  go  through  a  maximum  value  at  about  7  2  5°K. 

The  electrical  resistivities  of  the  four  samples  are  shown  in  fig.  2.    The  electrical  resistivities 
of  tlie  two  samples  of  highest  purity  were  the  same,  and  were  lower  than  the  values  for  the  other  two 
samples.    The  electrical  resistivity  versus  temperature  curve  for  Au  4  is  higher  than,  and  not  paral- 
lel to,  the  curves  for  the  other  three  samples.    This  difference  between  the  curves  implies  a  high 
impurity  concentration  and  also  a  violation  of  Matthies s en' s  rule. 

The  Seebeck  coefficients  for  the  four  gold  samples  are  shown  in  fig.  3.    The  data  for  the  gold 
samples  are  based  on  the  absolute  Seebeck  coefficient  of  platinum  reported  by  Cusack  and  Kendall  [4]. 
They  report  an  accuracy  of  ±  5%  for  their  platinum  data.     The  absolute  Seebeck  coefficients  for  sam- 
ples Au  1,  Au  2,  and  Au  3  agreed  within  ±  2%  over  the  entire  temperature  range;  and  since  the  dif- 
ferences in  the  data  for  the  three  samples  were  less  than  the  total  errors  for  the  measurements,  the 
values  were  averaged  to  give  one  curve  of  Seebeck  coefficient  versus  temperature.    As  expected  the 
results  for  Mint  gold  were  considerably  lower  and  approached  the  values  observed  for  the  other  three 
samples  only  at  the  highest  temperatures. 


5.  Discussion 

The  thermal  diffusivities  (fig.   1)  of  the  two  highest  purity  samples,  Au  1  and  Au  2,  which  have 
resistivity  ratios  of  600  and  310,  respectively,  differ  by  only  0.  7%  at  350°K  and  by  3%  at  1225°K. 
Since  the  errors  in  the  measurement  are  about  2%,  it  is  difficult  to  report  any  real  difference  in  the 
thermal  diffusivities  of  the  two  samples,  although  the  higher  purity  sample  appears  to  have  a  higher 
thermal  diffusivity. 

Au  3,  with  a  resistivity  ratio  of  110,  has  a  thermal  diffusivity  7%  lower  than  Au  1  at  350°K. 
This  difference  represents  a  real  change  in  thermal  diffusivity  with  purity.    For  the  most  impure 
sample,  Au  4,  the  thermal  diffusivity  at  350°K  is  36%  below  the  value  observed  for  Au  1,  the  most 
pure  sample.    The  shape  of  the  thermal  diffusivity  versus  temperature  curve  for  Au  4  is  different  from 
the  shape  of  the  other  sample  curves  and  represents  the  effect  of  large  amount  of  impurities  on  the 
thermal  diffusivity. 

The  thermal  conductivities  of  the  four  samples  were  obtained  from  the  product  of  the  measured 
values  of  thermal  diffusivity  and  the  published  values  of  density  and  specific  heat.    A  constant  density 
[6]  of  19.  30  gm/cm^  was  used.    The  specific  heat  results  of  Jaeger,  Rosenbohm,  and  Bottema  [7] 
were  used  in  the  calculation  since  their  data  is  the  most  recent  published  and,  if  extrapolated  to  low 
temperatures,  connects  smoothly  to  the  data  of  Geballe  and  Giauque  [8].    Figure  4  shows  the  thermal 
conductivities  calculated  .for  each  of  the  four  samples  and  also  shows  data  reported  by  Mikryukov  [9]. 
The  data  reported  by  Mikryukov  [9]  is  on  a  polycry stalline  sample  of  gold  with  a  reported  purity  of 
99. 99%. 

The  thermal  conductivity  curves  reflect  the  same  differences  in  purity  observed  in  the  thermal 
diffusivity  data  because  the  same  specific  heat  values  were  used  for  all  samples.    This  is  probably 
justified  for  the  three  samples  of  highest  purity  since  the  specific  heat  is  usually  rather  insensitive  to 
small  amounts  of  impurities.    It  may  not  be  valid  to  use  the  specific  heat  for  pure  gold  to  calculate 
the  thermal  conductivity  of  Au  4  which  has  a  high  impurity  concentration.    The  smoothed  thermal  dif- 
fusivity, the  thermal  conductivity,  the  electrical  resistivity  and  Seebeck  coefficient  for  Au  1  are  given 
in  table  2.    These  results  represent  our  best  values  for  the  properties  of  pure  gold. 
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Table  2.     Transport  properties  of  pure  gold 


Thermal  Thermal  Electrical  Seebeck 

Temperature  Diffusivity  Conductivity  Resistivity  Coefficient 

°K  cm  /sec  watts/cm-deg  ohm-cm  /iV/deg 


325  1.140  2.97  2.43  1.93 

400  1.121  2.96  3.05  2.37 

500  1.093  2.94  3.93  2.83 

600  1.  062  2.  92  4.  84  3.  15 

700  1.028  2.90  5.76  3.35 

800  0.994  2.86  6.75  3.51 

900  0.954  2.82  7.76  3.67 

1000  0.920  2.78  8.89  3.85 

1100  0.874  2.73  10.06  4.03 

1200  0.826  2.66  1  1.35  4.29 


The  apparent  Lorenz  numbers  were  calculated  from  the  thermal  conductivity  and  electrical 
resistivity  data.    The  resulting  curves  are  shown  in  fig.  5.     The  curves  for  all  four  samples  are  in 
good  agreement  and,  at  high  temperatures,  are  all  within  ±  7%  of  the  theoretical  value  of  2.  45  X  10" 
V2/°K* 


6.  Conclusions 


The  thermal  diffusivities  of  four  gold  samples  with  resistivity  ratios  ranging  from  600  down  to 
3  have  been  measured  from  325  to  1225°K.     The  thermal  diffusivity  values  and  published  specific  heat 
values  were  used  to  calculate  the  thermal  conductivities.    The  thermal  conductivities  for  the  samples 
of  higher  purity  are  in  good  agreement  with  data  on  gold  reported  by  Mikryukov  [9].     The  calculated 
Lorenz  numbers  agree  well  v/ith  theory. 
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GOLD 


300  500  700  900  1100  1300 

TEMPERATURE  (°K) 

Figure  1.    The  thermal  diffusivity  of  gold 
as  a  function  of  temperature.     The  data 
show  the  effect  of  different  amounts  of 
impurities  with  Au  1  the  most  pure  sample 
and  Au  4  the  most  impure  sample. 


Figure  2.    The  electrical  resis- 
tivity of  gold  as  a  function 
of  temperature  above  300  °K. 
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Figure  3.      The  Seebeck  coefficient  of  gold  as  a  function  of  temperature.    The  effect  of  large  amounts 
of  impurities  on  the  Seebeck  coefficient  can  be  seen  in  the  data  for  Au  4. 
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Figure  4.      The  thermal  conductivity  of  gold  as  a  function  of  temperature. 
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Figure  5.      The  apparent  Lorenz  number  as  a  function  of  temperature  for  gold.    The  Wiedemann-Franz 

-  8     2  2 

lav/  predicts  a  constant  Lorenz  number  of  2.45  X  10      V  /K  . 
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Experimental  Determination  of  the  Thermal 
Conductivity  of  Solids  Between  90  and  200  ok  1 


J.   G.   Androulakis  and  R.   L.  Kosson 

Thermodynamics  Section 
Grumjrnan  Aircraft  Engineering  Corporation 
Bethpage,  New  York 


An  apparatus  to  measure  the  thermal  conductivity  of  solids 
from  90  to  200  °K  is  described.     This  apparatus  is  based  on  the 
axial  flow  technique.     The  samples  are  bars  of  circular^  square, 
or  rectangular  cross  section.     By  varying  sample  geometry,  the 
thermal  conductivity  of  poorly  conductive  materials  and  very  highly 
conductive  materials  can  be  determined.     Experimental  data,  curves 
of  conductivity  vs.   temperature,  are  presented  for  some  metals 
and  plastics.     A  detailed  error  analysis  identifying  important 
parameters  is  included. 


Key  Words:     Conductivity,   thermal  conductivity, 
measurement  apparatus,   stainless  steels.  Teflon, 
Nylon 


1.  Introduction 


The  apparatus  developed  to  measure  the  thermal  conductivity  of  solids  in  the 
temperature   range    from  90  to  200  °K  is  based  on  the  conventional  axial  flow  bar 
method.     With  this  technique  the  sample,  electrically  heated  at  one  end,  conducts  to  a 
liquid  nitrogen  reservoir  at  the  other  end.     It  is  suspended  inside  a  radiation  shield 
guard  heater  assembly  with  the  radiation  shield  having  approximately  the  same  temperature 
distribution  as  the  sample.     The  conductivity  is  determined  from  the  difference  In 
temperature  between  any  two  points,  the  heat  input  to  the  sample  heater,  and  the  known 
geometry  of  the  sample. 

The  apparatus  is  similar  in  concept  to  many  others  previously  used  for  low-temper- 
ature conductivity  determination  (IJ (2J5  but  differs  significantly  in  detail  design  and 
instrumentation . 

Applicability  of  this  method  to  the  determination  of  the  thermal  conductivity  of 
both  poorly  conductive  materials  and  highly  conductive  materials  was  evaluated  and 
an  optimum  sample  geometry  was  defined  in  each  case. 


2.  Experimental  Arrangement 

The  apparatus  is  shown  schematically  in  Fig.   1  (see  also  Figs.  2  through 
4).     It  consists  of  a  central  assembly,  the  conductivity  rig  proper  surrounded 
by  a  liquid  nitrogen  cold  wall  jacket.     Both  are  suspended  coaxially  from  the 
top  cover  of  an  external  vacuum  chamber  by  means  of  the  inlet  and  outlet  flow 
pipes. 

The  central  assembly  consists  of  an  upper  liquid  nitrogen  reservoir  to  which  is 
attached, through  a  copper  block,  a  radiation  shield  and  guard  heater  assembly.  The 
specimen  is  suspended  vertically  Inside  the  radiation  shield  by  means  of  a  copper  plate 
to  which  it  is  attached  by  one  central  screw.     This  plate  is  housed  inside  the  shield 
upper  flange  which  is  screwed  to  the  copper  sink.     An  upper  heater  is  housed  inside  a 
groove  in  the  copper  sink. 


This  effort  was  performed  under  the  sponsorship  of  the  Grumman  Aircraft  Engineering  Corp.  Advanced 
Development  Program,  Project  No.  AD  04-05. 

2  Thermodynamics  Engineer  and  Thermophysics  Group  Leader,  respectively. 

5  Figures  in  brackets  indicate  literature  references  cited  at  the  end  of  this  paper. 
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Various  radiation  shields  are  used  to  fit  particular  sample  geometries.     They  are 
of  stainless  steel  or  tantalum  sheet  with  a  highly  polished  Inner  surface  to  minimize 
radiation  exchange  with  the  sample.     A  typical  stainless  steel  construction  is  shown 
schematically  in  Pig.   2a.     The  miniature  heater  supplying  heat  to  the  specimen  is 
Illustrated  in  Fig.  2b. 

After  preparation,   the  sample  is  Inserted  Inside  the  radiation  shield  through  the 
top  flange  and  the  whole  assembly  is  attached  to  the  copper  block.     All  mating  surfaces 
are  covered  with  a  thin  layer  of  silicone  grease  to  provide  better  thermal  contact. 
The  sample  is  from  O.O76  to  0.23  m  long  and  from  0.0064  to  O.O190  m  in  diameter 
(or  of  equivalent  square  or  rectangular  section.) 

For  measurement  of  voltage  and  temperature,  fine-diameter  insulated  wires  are  used 
(0.51  X  10"'^  to  1.27  X  10"4ij-i)  in  order  to  minimize  the  conduction  loss. 

The  temperature  Is  measured  by  copper-constantan  thermocouples.     They  are  either 
soldered  directly  to  the  sample  or,  when  soldering  is  not  possible,  the  junction  is  bur- 
ied in  the  sample  and  secured  in  place  by  a  low  temperature  cement  or  some  mechanical 
process.     The  thermocouple  output  voltage  is  measured  with  a  Leeds  and  Northrup  type 
K-3  potentiometer.     The  power  input  to  the  sample  heater  is  supplied  by  a  variable 
transformer,  and  is  determined  from  measurements  of  the  current  and  the  voltage  drop 
across  the  heater.     The  voltage  terminals  are  near  the  heater  to  avoid  Introducing 
the  i2r  losses  of  the  power  leads  into  the  power  measurement.   The  sample  heater  current 
is  measured  from  the  voltage  drop  across  a  standard  resistor.     The  voltage  drop  across 
the  sample  heater  and  the  standard  resistor  are  measured  with  the  Fluke  differential 
dc-ac  voltmeter  model  887AB.     The  power  inputs  to  the  guard  heaters  are  monitored 
manually  by  variable  transformers.     In  some  cases.   In  order  to  avoid  frequent  inter- 
vention by  the  operator,  the  differential  temperature  between  the  sample  heater  and  the 
bottom  guard  heater  is  controlled  by  a  closed  feedback  control  loop  using  a  three-mode 
control  action.     This  control  loop  continuously  adjusts  the  power  input  to  the  guard 
heater  and  keeps  the  temperature  difference  less  than  0.1  OR. 


3.  Experimental  Procedure 

The  temperature  along  the  sample  is  measured  at  equal  distances  ranging  from 
0.0064  to  0,051  m,  depending  on  the  thermal  conductivity  of  the  material.  For 
high-conductivity  materials  a  small  ratio  A/Z  of  the  cross-sectional  area  A  to  the 
distance  Z  between  thermocouples  usually  will  be  adequate  for  accurate  determination 
of  the  thermal  conductivity.     For  low-conductivity  materials  a  large  value  of  A/Z  is 
used  consistent  with  minimum  measurable  power  dissipation  and  maximum  temperature  in- 
terval within  which  an  average  value  of  the  thermal  conductivity  is  to  be  determined. 

The  sample  temperature  is  measured  at  three  or  more  points  depending  on  the  length 
of  the  sample.     At  low  energy  levels,  the  choice  of  the  sample  length  is  greatly  in- 
fluenced by  uncertainty  in  the  heat  measurement  due  to  heat  losses  or  gains  by  conduc- 
tion through  the  thermocouple  wires  and  by  radiation  exchange  with  the  radiation  shield. 
This  uncertainty,  however,  becomes  insignificant  with  Increased  power  applied  to 
the  sample.     Also,  the  time  required  to  reach  a  stable  thermal  balance  has  some  in- 
fluence on  the  choice  of  the  sample  length. 

For  plastics,   in  general,  a  sample  length  of  O.O76  m  is  chosen  with  temperatures 
measured  at  two  or  three  points.     For  metals,  a  length  of  O.13  to  O.23  m  is  chosen, 
with  thermocouples  spaced  0.025  to  O.O5I  m  apart. 

The  temperature  of  the  radiation  shield  is  measured  at  the  midpoint  and  is  kept 
within  6  OR  of  the  temperature  of  the  corresponding  point  at  the  sample  by  the  use  of 
two  guard  heaters.     In  some  cases  It  is  necessary  to  minimize  the  radiation  losses  to 
the  cold  wall  jacket.     This  is  done  by  loosely  wrapping  a  number  of  superlnsulatlon 
foils  around  the  radiation  shield. 

The  conduction  loss  or  gain  through  the  thermocouple  wires  is  minimized  by. leaving 
a  loose  0.25  m  length  of  wire  between  the  sample  and  the  radiation  shield,  and  by 
thermally  grounding  another  O.3O  m  of  wire  at  the  corresponding  temperature  on  the  shield. 
Similarly,  the  conduction  loss  or  gain  through  the  power  leads  is  minimized  by  wrap- 
ping enough  length  of  wire  around  the  bottom  guard  heater. 

During  operation,  after  the  vacuum  chamber  is  evacuated,   the  two  reservoirs  are 
filled  with  liquid  nitrogen.     Dry  helium  is  then  Introduced  in  the  chamber  to  rapidly 
cool  the  sample  to  a  uniform  temperature  near  that  of  liquid  nitrogen.     The  chamber  is 
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re-evacuated  and,  after  a  stable  condition  is  reached,  the  specimen  heater  is  turned 
on,  with  subsequent  operation  of  the  bottom  guard  heater.     The  upper  guard  heater  is 
used  occasionally  to  minimize  the  temperature  gradient  in  the  copper  block  at  high  heat 
fluxes  but  is  mainly  provided  to  raise  the  sink  temperature  when  measurements  are  made 
at  higher  sample  temperatures.     Unless  this  is  done,  for  a  given  thermocouple  spacing 
the  temperature  gradient  between  two  measured  points  becomes  very  large  at  high  power 
Inputs.     Measurements  are  m.ade  in  a  vacuum  between  1.33  x  10-5  and  1.33  x  10-b  N/m  2. 


4.     Conductivity  Determination 

For  each  experiment,   the  conductivity  is  determined  at  one  or  more  average  tempera- 
tures  depending  on  the  number  of  thermocouples.     The  simplified  one-dimensional  steady 
state  heat  balance  equation  used  to  determine  the  thermal  conductivity  from  the 
measured  values  is: 

P  =  VI  =  X  |-AT  (i) 


where:     P  =  power  applied  to  the  sample  heater,  V  =  voltage  drop  across  the  sample 
heater,  I  =  current, AT  =  temperature  difference  between  two  points,  X=  average  value  of 
the  thermal  conductivity  in  the  temperature  interval  AT. 

Corrections  due  to  Inherent  errors  of  the  apparatus  are  not  applied  to  the  calculated 
conductivity  value  from  eq.   (l).     An  error  evaluation  (presented  below)  shows  that 
experimental  conditions  and  sam.ple  geometry  can  be  chosen  to  bring  the  uncertainty  of 
the  experimental  value  down  to  a  value  of  about  8^  at  90  °K  and  5^  at  200  °K. 

5.  Error  Evaluation 
5.1  Analysis 


The  following  analysis  considers  the  errors  involved  in  using  equation  (l)  to 
compute  the  value  of  the  thermal  conductivity,  as  well  as  the  errors  involved  in 
measuring  the  basic  physical  quantities  of  a  thermal  conductivity  sample. 
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The  most  general  heat  balance  expression  for  the  sample  is: 

P  =  j(  X  (T)  II  dA  +        +  wCpT  (2; 
ere:    "qz  ~  temperature  gradient  in  the  axial  direction,        =  energy  loss  through 


the  lead  wires,  residual  gas  and  by  radiation  heat  transfer,  w  =  mass  of  measured 
portion,  c-p  =  specific  heat,  T  =  rate  of  change  of  sample  temperature  with  time  at  the 
moment  of  measurement.     The  integral  can  be  replaced  with  the  one-dimensional  equiva- 
lent expression     X(t)A  dT/dZ'  since  the  temperature  variation  over  any  cross-section 
where  measurements  are  made  is  kept  negligible  (less  than  0.1  °K)  by  the  radiation 
shielding.     Furthermore,   in  order  that  X£'T)A  dT/dZ  =  Xa  AT/Z,  A  T  should  be  kept  rela- 
tively small  so  that  errors  due  to  non-linear  terms  in  X(T)  will  be  small.  Temperature 
differences  from  8  to  28  deg.  are  established  between  measured  distances,  depending 
on  the  thermal  conductivity  of  the  material  and  the  temperature. 


Eq  (2)  becomes; 


P  =  XA    ^  +  +  wCpT  (3; 


Equation  (3)  gives  after  differentiation  and  rearrangement: 

6X      5Z        6^     5AT    ,  -         -  "^P       -  ^^--P^^ 

A        z    "     A  -   St  xa  z-1   at  ^  ' 

For  the  evaluation  of  X,   eq  (3)   is  reduced  to  eq  (l),   setting  Q/  =     T  =0.  Equation 
(4)  then  becomes: 
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Since  the  errors  in  P,  A,  Z,  and  AT  are  random  while  errors  due  to  Q,/>  and  i?  are  sys- 
tematic,  the  total  error  can  be  better  approximated  by 


\ 


1/2 


Each  linear  dimension  is  measured  with  an  accuracy  of  ±0.3^.     This  gives  a 
cumulative  error  of  the  measured  portion  of  the  sample  of: 


=  (2  X  .3: 


=  {.eifoY 


The  power  measurement  error  contains  the  contribution  to  the  total  error  due  to 
the  accuracy  of  the  readout  instruments  for  voltage  and  current.     The  accuracy  of  the 
Fluke  high  input  impedance  vacuum  tube  voltmeter  is  ±0.05^  and  the  overall  accuracy  of 
the  precision  portable  shunt  (used  with  the  Fluke)  is  ±0.25%.     In  addition,  there  is 
an  error  of  the  order  of  0.3%  in  the  current  and  the  voltage  measurements  because  of 
waveform  deformation.  Thus 


(p^T    =(~l-)^  ^{^^  =  ^°-25  ^  0-30)^  +  (0-05  +  0.30)2  =  (0.65%)2  (8) 

Equation  (5)  shows  the  uncertainty  in  the  differential  temperature  measurement 
to  increase  rapidly  with  decreasing  temperature  interval  AT.     The  limit  of  error  of 
the  copper-constantan  thermocouples  using  premium  grade  wire  is  ±1%  within  the  temper- 
ature range  89  to  215  '^K.     Therefore,  the  absolute  error  ^AT  increases  with  decreasing 
temperatures . 

The  expression  for  the  differential  temperature  measurement  error  is 


(Ml)     =    (■'^i)  '  ^^1      1)  (9) 


where  i  and  i+1  refer  to  successive  thermocouples  on  the  sample.  This  error  is 
plotted  in  Fig.  5- 


The  importance  of  keeping  the  temperature  Intervals  small  enough  so  that  the 
thermal  conductivity  may  be  considered  linear  in  T  within  the  interval    AT  has  been 
previously  noted.     In  order  to  keep  a  temperature  interval  small  with  an  acceptable 
uncertainty  on  the  differential  temperature  measurement  at  the  same  time,  an  average 
value  of  the  thermal  conductivity  is  determined  from  measurements  on  two  or  m.ore  spans, 
in  successive  tests,  arranged^  so  that  each  span  is  evaluated  at  the  same  mean  temper- 
ature and  with  approximately  the  same  differential  temperature.     This  is  accomplished 
by  using  the  upper  guard  heater  or  increasing  sample  heater  power.     The  error  shown  in 
Fig.  5  would  then  be  divided  by  the  number  of  spans  used. 

The  thermocouple  readings  are  checked  at  ambient  and  at  near  liquid  nitrogen 
temperatures  (before  heat  is  applied  to  the  sample).     The  thermocouples  respond  nearly 
uniformly  at  both  temperatures,   indicating  that  errors  are  probably  in  the  same  direc- 
tion.    Therefore  the  differential  temperature  error  Is  smaller  than  the  values  in- 
dicated in  Fig.  5.     Accuracy  can  be  further  improved  by  using  calibrated  thermocouples. 

Heat  flow  through  the  thermocouple  wires  towards  or  away  from  the  junction  causes 
a  temperature  measurement  error.  This  is  minim.ized  by  thermally  grounding  the  thermo- 
couple wires  to  the  radiation  shield. 

The  term  iQg  -    fiQg  +  6q^  +  Sq^^  where  Qg  is  heat  leakage  through  the  residual  gas 
is  heat  leakage  through  lead  wires  and  Qp  is  heat  leakage  by  radiation. 
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The  heat  loss  by  convection  is  generally  neglecced  for  vacuum  pressures  ^1.33  x 
10~2  N/m^.     Thus  J   Qg  contains  only  heat  loss  by  gas  conduction. 

Using  the  procedure  indicated  in  Ref.   [sjj  at  systems  pressures  below  0.13  N/m^, 
this  gas  conduction  is  given  by: 

5q    =  2.426  X  10--^     A         7jl2  L_  (T     -  T   )  (10) 

S  7-1  Vmt"        ^  ° 


with  accommodation  coefficients  a^  =  slq  =  1,  where:  is  heat  transfer  in  watts^ 

A  is  surface  area  in  cm^,   7  is  ratio  of  specific  heats^^P  is  pressure  in  microns  of 
mercury,  T  is  temperature  in  degrees  Kelvin,  and  M  is  molecular  weight  of  residual  gas. 

Subscripts  "s"  and  "o"  refer  to  sample  and  cold  wall  respectively.     The  temperature 
T  without  subscript  is  measured  at  the  gauge  that  measures  the  pressure  p. 

The  heat  leaks  by  gas  conduction  are  greatest  at  the  upper  limit  of  sample  temper- 
ature.    However  5Qg,/P  depends  also  on  the  power  input  to  the  sample,  which  is  a  min- 
imum at  the  lowest  temperature.     For  Tq  =  77°K,  T  =  300°K,  p  =  0.001  microns,  Ag  = 
68.5  cm2  (maximum,  sample  surface),    7=  1.41  and  M  =  28.8,  iQg/P  is  evaluated  for  min- 
imum sample  heat  inputs  of  P  =  0.0293W  at  89°K  and  P  =  0.293W  at  2000K,  yielding  iQg/P 
values  of  .0043^  and  . 0044^  respectively.     This  maximum  error  applies  on  the  measured 
portion  nearest  the  sink,   since  heat  loss  errors  accumulate  proceeding  away  from  the 
sample  heater. 

The  conduction  loss  through  the  lead  wires  (neglecting  radiation  from  the  surface 
of  the  wires)  may  be  estimated  from: 

^— '  w 

where  subscript  w  refers  to  the  wire. 

The  thermocouple  wires  and  power  leads  are  thermally  grounded  around  the  radiation 
shield  and  "bottom  guard  heater  with  a  0.254  m  free  length  of  wire  between  the  sample 
and  shield  (see  experimental  procedure). 

The  maximum  allowed  temperature  gradient  between  the  radiation  shield_and  the 
sample  is   <5-6  deg  for  long  samples  of  average  or  high  conductivity  and   <2.8  deg  for 
short  samples  of  low  conductivity.     The  maximum  temperature  gradient  ATj^/Z^  through  the 
wire  is  then  22  deg/m  for  average  or  high  conductivity  samples  and  11  deg/m  for  low 
conductivity  samples.     The  quantities     SQah  and    dQ.^/F  are  greatest  at  the  lower  limit 
of  temperature  at  which  measurements  are  made,  since  at  that  temperature  the  thermal 
conductivity  of 'the  copper  is  the  largest  and  'the  power  input  to  the  sample  P  is  the 
smallest , 

Table  1  shows  an  estimate  of  the  heat  leak  5q^/P  for  two  different  conditions  of 
sample  testing.     Thermal  conductivity  values  [3^  of  the  wires  at  a  temperature  of  89°K, 
are:     X(copper)  =   51O  W  m"!  deg-1;      A( constantan )  =  19. 6  W  m-1  deg-1 
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Table  1.     Heat  Leak  for  Two  Test  Cases  at  89°  K 


Number  of 
1.27  X  10-^   m  dia.  wires 

deg/m 

Zw 

Watts 

Minimum  power 
Input  to  the 
sample 

P  Watts 

P 

14 

fry  p nriDPT*  —    nn — 

stantan  thermo- 
couples, 2  copper 
power  leads) 

22 

0,116  X  10'^ 

0.073 

1.59 

8 

\  J}   cuppux  —0011 
stantan  thermo- 
couples,  2  copper 
power  leads) 

11 

0.036  X  10"2 

0.0293 

1.23 

This  maximum  error  occurs  for  the  measured  portion  nearest  the  sink,  since  the  heat 
leak  errors  are  cumulative  proceeding  away  from  the  sample  heater.  At  200°K,  power 
input  to  the  sample  is  10  times  as  great,  so  the  Q,^/P  values  are  approximately  1/10 
as  large. 

The  radiation  loss    SQ,-^  is  estimated  for  isothermal  surfaces  using  the  long 
concentric  cylinder  relation.     End  effects  are  neglected  since  the  shield  is  relatively 
close  fitting  and  the  annular  gap  is  small  compared  with  the  axial  length. 

Tables  2  and  3  represent  two  cases  of  sample  testing. 


Table  2.     Long  samples  of  average  or  high  conductivity  with  maximum  differential 
temperature  of  5.6  deg  between  sample  and  radiation  shield,  sample 
exposed  area  to  radiation.  As  =  64,5  x  10-4  nfi  and  a  total  hemispheri- 
cal emittance  of  the  surface"'of  the  sample  and  shield  respectively, 
6     =0.2  and        =  0.2 


Average  Sample 
Temperature 
deg  k 

5Qp  -  Watts 

Minimum  Power 
Input  to  the  Sample 
P  -  Watts 

P 

89 

0.083  X  10-2 

0.073 

1.13 

200 

0.98  X  10-2 

0.73 

1.34 

Table  3.     Short  samples  of  low  conductivity  with  maximum  differential  temperature 
of  2.8  deg  between  points  on  the  sample  and  radiation  shield  and  Ag  = 
45.2  X  lO-'^  m^,  €s    =  0-6,        =  ^-^ 

Average  Sample 
Temperature 
deg  K 

5Qp  -  Watts 

Minimum  Power 
Input  to  the  Sample 
P  -  Watts 

5% 

P 

89 

0.0434  X  10-2 

0.0293 

1.48 

200 

0.510  X  10-2 

0.293 

1.74 

This  maximum  error  occurs  for  the  measured  portion  nearest  the  sink  since  the  effect  of 
heat  leaks  by  radiation  Is  cumulative  proceeding  away  from  the  sample  heater. 

It  is  important  to  note  that  when  the  upper  heater  is  used  to  bring  the  temper- 
ature of  the  sink  to  a  higher  value  (instead  of  increasing  the  heat  input  to  the 
sample)  for  measurements  of  the  conductivity  at  higher  temperatures,  the  percentage 
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error    ^Q^^/p  Increases,   since  P  remains  small.     In  such  cases,   the  heat  leak  SQj.  must 
be  kept  small  by  decreasing  the  temperature  difference  between  the  radiation  shield 
and  the  sample,  or  finding  some  other  compromise  solution  towards  a  minimum  error. 


The  error  due  to  the  changing  of  internal  energy  may  be  written: 

wc^  5T  Z^Cv,d  6T 


where  d  is  the  density  of  the  material. 

Tables  4  and  5  show  this  error  for  two  test  conditions. 


Table  4.  Stainless  steel  rod  of  D  =  0.95  x  10"^  m,  measured  portion  length: 
Z  =  5.1  X  10-2  m,  d  =  7850  kg/m3,   specific  heat     [3]     cp  =  4l4 
JKg-1  deg-1  at  200  OK  and  cp  =  209    Jkg-1  deg-1  at  89  °K.  Assume 
that  at  the  moment  of  measurement  the  temperature  at  all  points  of 
the  measured  portion  changes  uniformly  at  the  rate  of    T  =  0.11  deg/hr 


Average  Temperature 
of  the  measured 
portion 
deg  K 

wcp  6t 

Watts 

Minimum  power 
input  to  the 
sample 
P  Watts 

wcp  6T/P 

% 

89 

0.182  X  10"3 

0.073 

0.25 

200 

0.361  X  10"3 

0.73 

0.049 

Table  5.  Teflon  rod  of  D  =  0.019    m  ,  Z  =  0.013    m,   d  =  2130  Kg/m  .3, specific 

heat[3]cp  =  695  Jkg-1  deg-i  at  200  °K.and  cp  =  356  Jkg-1  deg-1  at  89  °K. 
Assume  qx  the  moment  of  measurement  ^T  =  0.11  deg/hr 


Average  Temperature 

Minimum  power 

of  the  measured 

wcp  6T 

input  to  the 

portion 

Walts 

sample 

wcp  6T  fo 

deg  K 

P  -  Watts 

p 

89 

0.085  X  10"3 

0.0293 

0. 29 

200 

0. 167  X  10~3 

0.293 

0.057 

5-2     Summary  of  Errors 

An  estimate  of  the  total  error  is  summarized  below,  as  calculated  using  eq  (6). 

The  largest  single  source  of  error  is  that  due  to  the  measurement  of  the  differ- 
ential temperature  which  is  assumed  not  to  exceed  5^  at  89°K  and  3^  at  200°K  (either 
by  keeping  large  temperature  intervals  or  by  using  more  than  one  span  as  noted  pre- 
viously) . 


Table  6.     Estimate  of  Total  Error 


Average  Temperature , 
deg  K 

&\ 
X 

Average  or  High 
Conductivity 
Samples 

Low  Conductivity 
Samples 

89 
200 

8.06  ^ 
4.68 

8.09  ^ 
5.07 
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Experimental  Results 


Some  of  the  experimental  results  for  steels  and  plastics  are  presented  in  Figures 
6  to  8. 


For  all  steelSj  except  the  410  stainless  steel,  the  thermal  conductivity  deter- 
mined in  this  apparatus  is  in  close  agreement  with  values  reported  in  [3]  and  [4]. 
For  the  4lO  S.S.   the  variation  of  the  conductivity  with  temperature  follows  the  same 
trend,  however,   the  values  are  10^  lower  than  those  reported  in  [4] . 

The  thermal  conductivity  of  the  Teflon  rod  near  liquid  nitrogen  temperature  com- 
pares satisfactorily  with  the  value  reported  in  [5] . 
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Fig.   1.     Schematic  drawing  of  the  apparatus 
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On  the  top  are  shown  various  radiation  shields  and  bottom  guard 
heaters  assemblies.     On  the  bottom  are  wired  samples.     The  three 
samples  on  the  right  are  shown  with  heaters  in  place. 


Fig.  3.     Wired  shields  and  samples 


345 


Shown  on  the  right  is  the  main  power  supply,  and  on  the 
left  the  pumping  station.     The  apparatus  Is  mounted  on  a 
console  containing  the  auxiliary  power  supplies  and  other 
Instrumentation. 


Pig.  4.     The  conductivity  apparatus  In  operation 
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Fig.   6.     Thermal  conductivity  of  three  stainless  steels 
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Fig.   7.   Thermal  conductivity  of  SAE  1020  steel 
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Fig.   8  Thermal  conductivity  of  nylon  and  teflon 
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The   Thermal  Conductivities   of  Several  Metals:      An  Evaluation 
Of  A  Method  Employed  By  The  National   Bureau  of  Standards 


David  B.    Williams   and  Harold  A.  Blum 

SMU   Institute   of  Technology 
D  all  as ,  Texas 


An  absolute  method,    developed  by  Watson   and  Robinson   at  the 
National   Bureau  of  Standards,    for  the   determination  of  thermal 
conductivity   as    a  function  of  temperature  was   tested  with  four 
metals   whose    thermal    conductivities    ranged   from  l6   to   120 W  m 
"C"'-     from  38  to   3U5°C.      In   addition,    a  comparative  method  and  a 
low  heat   loss   absolute  method  were   also   developed  with  this  ap- 
paratus.     Some   remarks    about   costs    and  operations   are   also  in- 
clude d . 


Key  Words:  Aluminum,  conductivity,  iron,  metals,  steel, 
thermal . 


1.  Introduction 

An   absolute  method  for  determination  of  thermal   conductivity  of  metals  was  de- 
veloped at  the  National  Bureau  of  Standards  by  Watson  and  Robinson    [l]^-    We  con- 
structed the    apparatus  and  measured  the  thermal  conductivities  of  four  metals,  namely  AISI  316, 
AISI  3O5MA,  ARMCO  iron,  and  2024-T  351. 

The   advantage   of  the  method  is   that   thermal  conductivity  can  be  obtained  as  a 
function  of  temperature  within   a  wide   range  of  temperatures   provided  two  experiments 
are   conducted.      In  addition  to  this    approach,  we   tested  two  other  procedures  for 
using  this    apparatus  which   also  has  merit   in   some   cases.      One   of  these  is   a  compara- 
tive procedure   in  which  the   apparatus   is    calibrated  with  Armco   iron  whose  thermal 
conductivity   is  well  known    [2]    and  in  the   second  case  we   found  it  possible  to  adjust 
the  temperatures   of  the   guard  and  specimen  in  such   a  manner  that  the  heat  loss  from 
specimen  to  guard  was   negligible.      These   latter  methods   only  require  one  experiment 
in  order  to  obtain  the   thermal   conductivity   data.      It   is  the  purpose  of  this  paper 
to  report  the   results   of  this    study   and  to   discuss   some  of  the   limitations   and  pos- 
sibilities  of  this   system.      The   complete   description  of  the   study  has  been  reported 
by  Willi  ams    [ 3  ]  . 


2.      Description  of  Methods 

Three  methods   of  analysis    are   applied  to   the   experimental   data  obtained  in  tests 
using  the   previously   described   apparatus.      These   methods  are: 

1.  An  absolute  method  devised  by  Watson   and  Robinson    [l]  which  requires  the 
data  obtained  from  a  two-run  experiment.      In  one   run  the  temperature  of  the  specimen 
is  higher  than  the  guard  while   the   opposite  holds    for  the   second  run.      A  heat  balance 
equation  is  written   for  the   specimen  in  each   run.      The  heat   input   to  the  specimen  is 
equated  to   the  thermal   conductivity   and  the   radial  heat   loss   -  both  expressed  as 
functions   of  temperature.      The   two  equations    are   solved  simultaneously  to  yield  the 
thermal   conductivity   and  heat  loss. 

2.  A  comparative  method,   wherein  by   a  series   of  experiments,   using  Armco 

iron,    the   apparatus   is    calibrated  for  heat  transfer  between  specimen  and  guard.  There- 
after,  thermal   conductivities    for  other  specimens   are  obtainable  on   a  relative  basis 
from  the   results   of  a  one-run  experiment. 

3.  A  "no-loss"   absolute  method  for  which  the   temperature   differences  between 
specimen   and  guard   are   reduced  to   the    extent   that   heat   transfer  between  the  two 


^Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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becomes  negligible.  On  this  basis,  thermal  conductivities  are  determinable  on  an 
absolute   basis    from  the    results    of   a  one-run  experiment. 


3  .      Res ult  s 
3.1      The  Experiments 

In   this    investigation,    the    first    seven   experiments    included   two   runs    each.  As 
explained  previously,    the    data  obtained   from  a   run    (a)    and   a   run    (b)    are    required  for 
the   solution  of    X  values   by  the    absolute  method  of  Watson   and  Robinson  [l]. 

These    seven   experiments    are   the  following: 


Ave  rage 

Experiment  Specimen  Specimen  Temperatures 

No  .   Mat  e  r i  al  Span  VI  Span   I  Remark  s 


1  AISI    3l6  72  °C  231  °C  Tested  by  N.B.S. 

2  AISI   303MA  50  137 

3  AISI  303MA  73  23^+ 
h  Armco    iron  55  1^7 

5  Armco   iron  77  2k3 

6  202U-T351  55  1^^ 

7  2021+-T351  78  216 


In  this  tabulation,    span  VI   and  span   I   refer  to   segments   of  the   specimen  near  the 
sink   and  heater   respectively.      The    average    specimen   temperature    in   each    span  designates 
the    arithmetic   average   of   the    temperatures    in   that    span    from  runs    (a)    and  (b). 

Further  experiments    consisted  of  nine   individual  runs   using  the   Armco  iron  speci- 
men.     The   object   of  these   nine   runs  was   to   calibrate  the   apparatus    for  heat  transfer 
between  specimen   and  guard  as    a  basis    for  determining  A   values  by   a  comparative  method. 

These  nine    calibration   runs   were   divided  into  three   subsets   of  three   runs  each. 
In  each   subset,   the    specimen  temperature  was   maintained  essentially   constant,    and  the 
guard  temperature  was    changed   for  each   of  the  three  runs. 

Each  subset  of  three  runs  provided  bonus  results  in  that  any  two  runs  of  a  subset 
can  be  paired  and  analyzed  by  the  Watson  and  Robinson  [2]  absolute  method.  This  pair- 
ing of  runs  was,  in  fact,  done  to  the  extent  that  six  additional  analyses  were  made  on 
Armco  iron  by  this  absolute  method.  For  consistency  with  the  above  table,  these  six 
pairs  of  runs  are  identified  as  six  additional  two-run  experiments,  numbered  8  through 
13  in  the    continuing  tabulation  below: 


Expe  r  i  men  t 
No  . 


9 
10 
11 
12 
13 


Spe  cimen 
Material 

Armco  iron 
Armco  iron 
Armco  iron 
Armco  iron 
Armco  iron 
Armco  iron 


Average 
Specimen  Temperatures 
Span   VI  Sp an  I 


I48 
hQ 
67 
67 
87 
86 


127 
128 
212 
211 
311 
302 


Calibration 
Runs 


and  2 

and  3 

and  5 

and  6 

and  8 

and  9 


3.2     Thermal   Conductivities   of  AISI   3l6  Stainless  Steel 

The   particular  AISI   316  specimen  used  in  Experiment   1  was   earlier  tested  by  the 
National  Bureau  of  Standards,   and  the   results  were   reported  by  Watson   and  Robinson 
[k].      These   investigators   determined  thermal   conductivities   of  AISI   3l6 ,   in  the  range 
from  90°C  to   8it0°C,   to  be; 

X  =  13.33  H-  17.27    [^]-  U.33  3U[^]'  .   3.32    [^]'  (1.-1) 
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where  X     is  thermal  conductivity,  W  m"''  °C"'^,  and  T  is  temperature,  °C. 

The    data   from  Experiment    1  performed  here   were    analyzed  by   the   Watson    and  Robinson 
[l]    method,    and  the    relationship   of   X    and  temperature   was    found  by    the    le as t - s quar e s 
method  for  a  temperature   range    from  72°C  to   231°C  to  be: 

\  =  13.1+78  +  9.^7  X  10"^T  +  5.6o  x  10~^T^  ^  {h-2) 

Values    of   \,    obtained,    are   presented   in   Table    1.      Comparisons    are    also   made  for 
values    of   A    computed  by   the    comparative   method   and   the    "no-loss"    absolute  method. 


Table    1.      Thermal   conductivity   values    of  AISI    3l6    stainless  steel. 


Span  Specimen   Mid-Span  _^ 

Temperature    (°C)   Thermal   Conductivities    (W  m      °C  ) 


a  o  . 

Run 

(a) 

Run 

(b) 

N  .  ] 

3 .  S . 

W.    &  R. 

Metho  d 

% 

Dif  f  . 

Comp  ar at  i  ve 
Method  % 

Dif  f  . 

"Ko-Loss 
Method 

% 

Di  f  f . 

I 

231  . 

.  3 

230  , 

.7 

17. 

.12 

18, 

.27 

+  6. 

.7 

17. 

.78 

+  3  , 

.8 

17 

.01+ 

-0.5 

II 

201 , 

.  7 

201 , 

,  0 

16, 

.65 

17. 

.^7 

+  1+  , 

.9 

17  . 

.26 

+  3  , 

.6 

16 

.61+ 

-0  . 1 

III 

170  , 

.9 

170  , 

.  3 

16. 

.16 

16. 

.57 

+  2 

,6 

16, 

.78 

+  3. 

.9 

16 

.61 

+  2  .  8 

IV 

139  . 

,  1 

139  . 

,  1 

15  , 

,66 

15  . 

.  71 

+  0  . 

.  3 

15  . 

.1+1 

-1 , 

.5 

15 

.83 

+  1 . 1 

V 

105  . 

.  8 

105  . 

.  5 

15  , 

.  10 

Ih. 

.96 

-0  . 

.9 

11+ , 

.03 

-7. 

,  1 

11+ 

.83 

-1 .  8 

VI 

71. 

.6 

71 . 

.  7 

Ih. 

.55 

Ih. 

,1+1+ 

-0  , 

.  7 

13. 

.63 

-6, 

.  3 

ll+ 

.1+1 

-0.9 

3.3     Thermal   Conductivities   of  AISI   303MA  Stainless  Steel 

Experiments   2   and  3  were  performed  with  the  AISI   303MA  specimen.      From  the   data  in 
Experiment  2,   thermal   conductivities  were   determined  for  a  temperature   range    from  50°C 
to  137°C;    from  Experiment   3,    A   values  were   found  in  the   temperature   range   from  73°C  to 
23lt°C. 

Application   of   the   Watson   and  Robinson    [l]    absolute   method  to   Experiment    2  data 
yields   the    following   relationship    for   thermal  conductivity: 

A  =  13.257  +  2.1+6   X  10"^    (50   <   T   <   137C)  (1+-3) 

For  Experiment    3,   the  Watson   and  Robinson   absolute  method  provides   the  following 
equation   for  A   as   a  function  of  temperature: 

A  =  11+.189   +  1.99   X  10~^T   (73   <   T  <   23I+C)  (1+-1+) 

In  the   overlapping  temperature   range,   the   values   of   A   determined  by  equations 
(U-3)    and   (1+-1+)    agree  within  approximately  three  percent. 

Published  values   of  thermal   conductivity   could  not  be   found  for  this  particular 
stainless   steel.      The   alloying  elements    and  percentages   thereof  in  AISI   303MA  and 
AISI   303   are   identical  with  two  exceptions:     AISI   303MA  contains   0.60^  molybdenum, 
maximum,   and  0.50/0.90^   aluminum;  whereas,   AISI   303   does   not    contain  these  elements. 
The   influence  which  these   added  elements  might  have  on  thermal   conductivity  can  only 
be   surmised  to  be  small. 

Table   2   includes   thermal   conductivities    for  AISI   303   as   given  by  McAdams  [3]. 

In  Table   2,   values   of  thermal   conductivity  of  AISI   303MA  are  presented  for  the 
Watson   and  Robinson  method  applied  to  Experiment  2   data;   in   addition,   values   are  given 
for  the    comparative   and  "no-loss"  methods   as   applied  to   run    (a)   of  Experiment  2. 

Arbitrarily,   the   values   of  A   obtained  by  the    "no-loss"  method  are   used  as   a  basis 
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for  comparison  of  the 
percent   of  difference 


values  derived  by  the  other 
from  the    "no-loss"   value  in 


methods.  Comparison  is  expressed  in 
each   sp an . 


Table   2.      Thermal    conductivities    of  AISI    303MA   stainless  steel. 

Span        Specimen   Mid-Span  ^    „      ,      ^  .    .  .  .         /n          t.  -i. 

Mo  Temperature    (  °C  )  Thermal   Conductivities    (W  m  »^^|  

Wo.        Temperature    [    L)  "No-Loss"        W.    &   R.                 Comparative            AISI  303 

r    .        „             >  Method            Method        %          Method            %  (information 

^^-^  Diff.                         Diff.  Only) 


I 

136. 

.7 

137  . 

.8 

16. 

.62 

16. 

,62 

0 

l6  , 

,  30 

-2  , 

,0 

16.75 

II 

119  . 

120  . 

,  6 

l6. 

.2h 

16. 

,28 

+  0  . 

,  1 

15  . 

.69 

-3  . 

.  k 

16.52 

III 

102  , 

.  2 

103. 

,1+ 

16, 

,1+2 

15  . 

,  79 

-3. 

,8 

15  . 

.kl 

-6, 

..  1 

16.30 

IV 

85. 

,  0 

86. 

.  0 

i6, 

.19 

15  . 

.29 

-5  . 

,6 

Ik. 

.76 

-9 

.  0 

16.07 

V 

67. 

.  7 

68. 

.  3 

15  . 

.90 

Il4  , 

.  8U 

-6  , 

,6 

Ik. 

.15 

-10  . 

.9 

15  .  85 

yi 

50  , 

.0 

50  . 

,  1 

15  . 

.55 

Ik  , 

.58 

-6, 

,  2 

13 

.80 

-11 

.  1 

15  . 60 

3.k      Thermal    Conductivities    of  Armco  Iron 

Equation  Jt-5   represents   the    application  of  the   method  of  least-squares   to  the 
values   reported  by  thirteen   investigators    [2]   of  Armco   iron   and  is   valid  over  a 
temperature    range    from  -18°C   to  538°C. 

A    =   7k. 32   -   6.22   X   10~^T  .  (U-5) 

Consequently,    knowing   the   thermal    conductivity   for  Armco   iron   permits  further 
evaluation  of  the    apparatus    and  the    method  of  Watson    and  Robinson    [l].      Also,  it 
provides   the  basis    for  the   comparative  method  and  a  means   of  evaluating  the  "no-loss" 
method . 

To   this    end,    eight    experiments   were   performed  using   the   Armco   iron  specimen. 
These  experiments    are  numbers    k,    5,    8,    9,    10,   11,   12,    and  13.      The   eight  experiments 
were    analyzed  by   the   Watson   and   Robinson   method   and  by   the    "no-loss"   method.  In 
addition,    the    comparative   method  was    applied   to   run    (a)    of   experiment    k   and   run  (a) 
of  experiment  5. 

Thermal  conductivities  are  presented  for  Experiment  12  in  Table  3  and  Experiment 
h  in  Table  k  as  typical  of  the  data  obtained.  The  basis  for  presenting  the  errors  is 
to    assume   the   Goldsmith    [2]    data   is  correct. 

The   application  of  the   Watson   and  Robinson    [2]    absolute  method  produced  poor 
results    for  Experiments    k   and   5    [Data  in  Table   3].      The   reason   is   not   known.  In 
another  six  experiments,  however,   the  Watson  and  Robinson    [2]    analysis  technique 
provided  overall  results   within  1.5^  of  the   reference   values    from  equation  U-5. 

Validity  of  the    "no-loss"   method  is    seen  to  be   related  to  the  specimen-to-guard 
temperature   difference.      For  example,    in  Experiment   9,   the   specimen  temperature  is 
higher  than  guard  temperature  by   approximately  6°C  over  the   length  of  the  bar.  Thus, 
the    cumulative    loss   of  heat    from  the   specimen   results    in   progressively  poorer  results 
from  span  I  to  span  VI   for  the    "no-loss"  method. 

In  experiment  10,  where  the  "no-loss"  method  affords  very  favorable  values  for  X 
the  average  radial  temperature  difference  between  specimen  and  guard  is  approximately 
2°C. 
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Table   3.      Thermal   conductivity  values   of  Armco  iron  from  experiment  12 


Span     Specimen  Mid-Span  _^  _^ 

No.        Temperature    {°C)   Thermal   Conductivities    ( W  m      °C  ) 


Run 

(a) 

Run 

(b  ) 

Ref  , 

.  (2) 

W.    &  R 

Metho  d 

% 

Dif  f  . 

Comparative 
Method  % 

Di  f  f  . 

"No-Loss " 
Method  % 

Dif  f  . 

I 

315  . 

.6 

306  , 

.  0 

5U, 

.67 

55  , 

.08 

+  0  .  8 

Not  Used 

56 

.  lU 

+  2 . 7 

II 

265, 

.6 

258, 

.  2 

57. 

.77 

58, 

.  30 

+  0  .  9 

60 

.20 

+  1+.2 

III 

218. 

,  1 

211 , 

,  7 

60, 

.7^ 

6l, 

.  57 

+  1  .  k 

6h 

.81; 

+  6  .  8 

IV 

172  . 

.  8 

i6t, 

.  8 

63, 

.58 

65, 

.05 

+  2  .  3 

68 

.70 

+  8.0 

V 

129  . 

.  It 

125  . 

.6 

66, 

.26 

68, 

,80 

+  3.8 

68 

.87 

+  3.9 

VI 

88, 

.h 

86, 

,  1 

68, 

.82 

72, 

.  88 

+  5.9 

71 

.66 

+  h.l 

Table   h.      Thermal   conductivity  values   of  Armco   iron   from  experiment  1+ 


Span  Specimen  Mid-Span 
No.        Temperature  (°c) 


Run 


Run  (b) 


Ref.  (2; 


Th e rmal   Conductivities    (W  m  °c"'^) 


W.    &  R  . 

Method 


Diff  . 


Comp  ar at  i  ve 
Method  % 

Di  f  f  . 


"No-Loss " 
Method  % 

Di  f  f . 


I 

Ihl. 

,  2 

1U6  . 

,  1 

65. 

.17 

62, 

.ItO  -1+, 

.  3 

62, 

,83 

-3, 

,9 

63, 

,  30 

-2  , 

,9 

II 

128, 

,  3 

127 , 

.  2 

66, 

.3h 

63, 

,68  -It, 

,0 

62, 

,^3 

-5  , 

,9 

62, 

.9^ 

-5  , 

.  2 

III 

109 . 

.h 

109  , 

.  0 

67, 

.50 

63. 

,92  -5 , 

,  3 

61* , 

,^7 

-It, 

,  5 

65, 

.20 

-3. 

.It 

IV 

91 . 

.  0 

90  , 

.  5 

68, 

.61* 

63, 

.78  -7, 

,  1 

6lt, 

,53 

-6, 

,  0 

65, 

.60 

-It, 

.1; 

V 

72, 

.  8 

72. 

.  2 

69, 

.  77 

63, 

.59  -8, 

,9 

65, 

,22 

-6, 

,5 

66, 

.62 

-It, 

.  5 

VI 

55  , 

.1 

55  , 

.  0 

70, 

.88 

63, 

,58-10 , 

.It 

66, 

.97 

-5  , 

.5 

68, 

.75 

-3. 

.0 

3.5     Thermal   Conductivities   of  202lt-T351  Aluminum  Alloy 

Two   experiments,   numbers    6    and  7,   were   performed  using   the   202lt-T351  aluminum 
specimen.      The   temperature   range   in  each  of  these   experiments   overlapped  to  permit  a 
comparison  of   X   values    in  the    common   temperature   range.      No   reference   was    found  for 
the   thermal   conductivity  of  this   particular  aluminum. 

Table   5   summarizes   the  results    from  Experiment  6.      The   three  methods   of  analysis 
provide  generally  comparable  values   for  X.      Values    calculated  by  the    "no-loss"  method 
are  higher  than  the  mean   and  are  progressively   departing  therefrom  in  the  successive 
spans   on  the   specimen.      Nominally,   a  5°C  radial  temperature   difference  existed  over 
all  the   spans.      Therefore,   the   departure  of  A  values  by  the    "no-loss"  method  is 
reasonable . 


In  the   overlapping  temperature   range  of  experiments   6   and  7j   the   application  of 
the  Watson   and  Robinson  method  to  each  experiment   gives   values   of  A  which   agree  within 
three  percent. 
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Table  5. 


Thermal    conductivity   values    of   202U-T351   aluminum   from  experiment  6 


Span 
No  . 

Specimen  Mid- 
Temperature  ( 

Bun    (a)  Run 

Span 
°C  ) 

(b) 

The  rmal 

Conductivities 

(  W  m'^  °C"^) 

W.    &  R. 

Method 

Comparative 
Method  % 

Di  f  f  . 

"No-Los  s 
Method 

% 

Diff  . 

I 

1 4  :i , 

•  9 

±  4  :i 

. 

13  0, 

.  y  0 

1 39  . 

.  D  J 

+  U  , 

.  5 

J,  n 

+  2.5 

II 

127  . 

.  0 

126 

.  7 

135  . 

,  h6 

133. 

.  59 

-1 , 

,  k 

137 

.  3^ 

+  1.1| 

III 

109  . 

,  h 

109 

.  3 

131  , 

.96 

129  . 

.  35 

-2  , 

.  0 

13k 

.  33 

+  1 .  8 

IV 

91. 

.  7 

91 

7 

128  , 

.5^ 

127  . 

,26 

-1  , 

.  0 

133 

.86 

+  ^  8 

V 

73. 

.  8 

73 

.9 

125  . 

.27 

122  . 

.29 

-2  , 

,1+ 

129 

.^3 

+  3.3 

VI 

55  . 

.14 

55 

.  5 

122  , 

.21+ 

120  . 

.08 

-1  , 

,  8 

127 

.90 

+  U.6 

U.  Discussion 

The   method  of  Watson   and  Robinson    [l]   has  been  tested  in   a  limited  range  (38-3lt5C) 
for   four  metals  whose  thermal   conductivities    range   from  about   l6  to  120  watts/M-°C. 
Agreement  within   3%  was   obtained  on  one    common  sample. 

Two   other  procedures  were    found  to  be   successful   in  many   cases.      One  method 
depended  upon  the   calibration  of  the   system  with  Armco   iron  while   the   second  method 
depended  on  obtaining  an   average   temperature   difference  between  the   specimen   and  guard 
of   less    than   2°C.      This    latter   method   assumes   no   radial   heat   losses    and   is   treated  as 
if  it  were   an   absolute  method.      The   advantage   of  these   latter  methods,  when  applicable, 
is    that    only   one   experimental   run   is    required  to   obtain   thermal   conductivity    as  a 
function  of  temperature   compared  with  the   two  runs   required  for  the  Watson  and  Robinson 
absolute  method. 

This    apparatus    does   provide  the   advantage   of  obtaining  thermal   conductivity  as  a 
function  of  temperature   in  one   experimental  setup   and  in  one  or  two  experimental  runs. 
It   requires   a  relatively  large   specimen  of  specific  size    (about  0.37   meters   long  and 
about   0.1+   cm.    diameter)   which    can  be   machined  in  order  to  provide   a  place   for  the 
source   and  for  the   sink.      The   experiment  takes   about  one   day  per  run,    about   a  day  for 
machining  and  only   a  short  time    for  analysis  with   a  computer  program.      The   safe  mini- 
mum elapsed  time   from  the   receipt  of  the    sample   to  the   reporting  of  data  would  be 
about   three  days. 

There  are  possibilities  for  further  simplification  and  greater  flexibility  with  this  apparatus. 
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A  Longitudinal  Syntnetrical  Heat  Flow 
Apparatus  For  The  Determination  Of  The 
Thermal  Conductivity  Of  Metals  And  Their  Alloys 


H.  Chang-'-  and  M.  G.  Blair ^ 

Energy  Conversion  Division 
Nuclear  Materials  and  Equipnent  Corporation 
Leechburg,  Pennsylvania  15655 


The  present  paper  describes  an  apparatus  used  for  determining  the  thermal  con- 
ductivities of  metals  and  their  alloys  in  the  tenperature  range  50°  to  1000°C.  The 
measurements  are  made  on  a  small-diameter  cylindrical  rod  sample  subjected  to  one- 
dimensional  longitudinal  heat  transfer.    The  colorimetric  heater,  welded  into  a 
cavity  half-way  between  the  ends  of  the  sanple,  provides,  because  of  its  location 
and  construction,  equal  and  symmetrical  heat  transfer  from  the  center  of  the  sanple 
to  either  of  the  two  ends,  and  allows  input  heat  to  be  calculated  precisely.  Be- 
cause of  the  presence  of  the  guard,  v^^ich  is  radially  isothermal  with  the  sanple, 
no  heat  loss  is  expected  through  the  heater  leads  or  by  radiation  from  any  portion 
of  the  sanple. 

The  thermal  conductivities  of  Tophel  Special  (approximate  ccitposition  90%  Ni 
10%  Cr)  up  to  500°C  has  been  measured  in  this  apparatus  and  reported.    Tophel  Special 
is  an  excellent  metallic  thermoelectric  material.    The  precision  and  accuracy  of 
the  apparatus  is  discussed,  and  modifications  may  be  easily  made  to  measure  the 
thermal  conductivities  of  high  melting  point  metals  and  their  alloys.    The  reported  ■ 
data  are  preliminary,  and  current  measurements  on  standard  materials  are  designed 
to  confirm  the  accuracy  of  the  apparatus. 


Key  Words:     Electrical  resistivity,  figure  of  merit,  nickel-base  alloy, 
Seebeck  coefficient,  thermal  conductivity. 

1 .  Introduction 

The  electrical  power  output  of  a  radioisotope  thermoelectric  generator  is  directly  proportional  to 
the  figure  of  merit,  Z,  of  the  thermoelectric  materials  used  to  convert  thermal  energy  directly  into 
electrical  energy.    Z  is  defined  as  s2/pX,  where  S,  p,  and  A  are  respectively  the  Seebeck  Coefficient, 
electrical  resistivity,  and  thermal  conductivity  of  the  mterial.    Thermoelectric  materials  with  high 
figures  of  merit  are,  therefore,  excellent  candidates  for  use  in  thermoelectric  generators.    In  order  to 
ccnpute  the  figure  of  merit  of  a  given  material,  therefore,  it  is  essential  to  know  its  thermal  conduct- 
ivity.   Although  the  figure  of  merit  of  metallic  thermoelectric  materials  is  often  an  order  of  magnitude 
smaller  than  those  of  semi-conductors,  metallic  thermoelectric  materials  may  be  preferred  for  practical 
reasons.    Such  is  the  case  for  Tophel  Special  (manufactured  by  Wilbur  B.  Driver  Coirpany) ,  an  alloy  of  Ni 
and  Cr,  the  thermal  conductivity  of  which  is  unknown.    The  largest  Tophel  Special  sanples  available  for 
testing,  vMch  have  the  same  physical  properties  as  those  of  the  usual  fabricated  small  diaiteter  thermo- 
electric elements,  are  cylindrical  rods  with  a  diameter  of  approximately  3.2  irm.    A  precise  and  an  accur- 
ate method  for  measuring  the  thermal  conductivity  of  metals  and  their  alloys  which  are  available  only  in 
small  diameter  saitples  is,  therefore,  required. 


1  Manager,  Energy  Conversion  Physics  Department 

2  Physicist 


355 


Although  the  present  absolute  irethod  of  ineasuring  thermal  conductivity  is  reminiscent  of  those 
ennployed  by  Schofield  (1)  and  R.  W.  Powell  (2) ,  the  present  raethod  utilizes  flexibility  of  design  and 
temperature  control  in  order  to  accommodate  cy].indrical  saiiples  of  small  diameter. 

The  accuracy  of  the  data  depends  on  the  degree  to  which  the  thermal  response  of  the  sample  can  be 
made  to  approach  the  ideal  conditions  assumed  in  theory  and  on  the  magnitude  of  the  errors  involved  in 
the  various  experimental  measurements.    The  unique  feature  of  the  apparatus  reported  in  this  paper  is 
the  heater  built  into  a  cavity  half-way  between  the  ends  of  tlie  CYlindrical  rod  sairple.    This  construct- 
ion minimizes  heat  loss  and  allows  input  heat  to  be  calculated  precisely.    The  apparatus  is  also  capable 
of  measuring  materials  with  high  melting  points,  such  as  refractory  metals,  which  may  not  be  available 
in  large  sizes. 


2.    Description  of  the  Method 

The  absolute  irethod  for  measuring  the  theriral  conductivities  of  metals  and  alloys  described  here 
utilizes  a  small  heater  pJ.aced  in  a  cavity  midway  between  the  two  ends  of  a  long  cylindrical  sanple. 
Radial  radiative  heat  transfer  from  the  surface  of  the  sarrple  is  eliminated  by  a  coaxial  tube  sample 
guard  which  may  be  heated   so    that  the  difference  between  the  sarrple  surface  temperature  and  the  guard 
surface  temperature,  neasured  at  any  location   equidistant      from  the  longitudinal  center  of  the  sanple 
and  guard,  is  zero. 

This  arrangement  insures  bidirectional  conductive  heat  transfer  fron  the  center  of  the  sanp].e  to 
either  of  the  two  ends.    Considering  the  axis  of  the  cylindrical  sanple  to  be  coincidental  v/ith  the  y 
axis  of  a  rectangular  coordinate  system,  with  the  longitudinal  center  coincidental  with  the  origin,  the 
one-dimensional  steady-state  heat  transfer  equation  (assuming  the  tliermal  conductivity  is  independent  of 
tertperature)  governing  heat  conduction  from  the  center  of  the  sample  to  the  top  end  is  sirrply  given  as 

Ql  =  -XA(|f)^,  (1) 

where       Q^^  =  heat  transferred  from  the  center  of  the  sample  to  the  top  end 
A  =  area  perpendicular  to  the  direction  of  heat  transfer 

d  B 

^  )  =  tenperature  gradient  established  in  the  positive  y  direction 

Similarly,  the  one-dimensional  steady-state  heat  transfer  equation  governing  heat  conduction  frcm  the 
center  of  the  sanple  to  the  lower  end  is 

22  =  -^  A  (^'2' 

where       Q2  =  heat  transfer  frcm  the  center  of  the  saitple  to  lower  end 
d  0 

^  )  =  tenperature  gradient  established  in  the  negative  y  dd.rection. 
The  total  power  input       to  the  sanple  heater  is  the  sum 


Qt  =  Ql  +  Q2 


(3) 


or 


Qt  =  -  X  A 


.d  y  \        ^d  y 


(4) 
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The  thermal  conductivity  X  is  calculated  from  Eq. 


(4)  to  be 


\  = 


(Qt/A) 


-^y  1    '^y  2- 


-1 


(5) 


Equation  (5)  is  used  to  calculate  X  if       ^  )      and  (^-^)     are  not  equal,  which  indicates  that  the  heat 


d  y 


transfer  from  the  center  of  the  sanple  to  either  of  the  two  ends  is  unequal.    However,  when  the  heat 
transfer  from  the  center  of  the  saitple  to  both  of  the  two  ends  is  made  to  be  equal,   ^d  0  ^  equals     ^d  9  y 


y 


^d  y 


and  Equation  (5)  reduces  to 


A  = 


(Qt/2A) 


^d  y 


Ij 


-1 


(6) 


Either  Equation  (5)  or  Equation  (6)  may  be  used  to  calculate  the  thermal  conductivity,  X,  the  choice 
depending  upon  the  symmetry  of  the  experimentally  neasured  gradients. 

MDreover'in  the  case  where  all  the  heat  input  is  made  to  flow  in  only  one  direction  by  crea.ting  an 
isotherm  at  either  the  top  or  bottom  half  of  the  cylindrical  sanple ,  then  one  of  the  tertperature  grad- 
ients in  (5)  is  zero.    If  the  heat  is  made  to  flow  to  the  top  end,  then.d  6  .     in  Equation  (5)  is  made 

d  Y  2 

zero,  and  Equation  (5)  reduces  to 


(Qt/A) 


l_a  y 


(7) 


Deliberate  creation  of  such  an  isotherm  in  one  direction  provides  essentially  a  second  experiment.  With 
its  experinental  findings,  the  results  of  the  bidirectional  experiment  may  be  correlated,  thereby  giv- 
ing a  double  check  on  the  accuracy  of  both  results. 


3 .  Apparatus 

The  schematic  diagram  and  the  details  of  the  apparatus  used  to  neasure  the  thermal  conductivity  of 
Tophel  Special  (a  thernYoelectric  material,  of  approximate conposition  90%  Ni  and  10%  Cr,  suppJ.ied  by 
Wilbur  B.  Driver  Conpany)  are  shown  in  Figure  1  and  Figure  2  respectively.    The  highr temperature  sairple 
heater  (detail  A  of  Figure  2)  is  made  by  threading  a  continuous  length  of  .178  mm  (.007")  diameter  tan- 
talum wire  through  all  of  tlieVbores  of  a  multibore  alumina  tube  2.5  cm  in  length  (Degussa  catalog  No. 
60-077175,  outside  diameter  =  1.75  mm  and  bore  diameter  =  .20  itm) .    The  two  free  ends  of  tantalum  wire, 
v^ch  form  the  pov/er  leads  to  the  heater,  are  at  opposite  ends  of  the  alumina  tube,  and  are  brought  out 
through  the  sanple  wall  through  two  alumina-insulated  holes  discussed  below. 

The  cylindrical  sanple  rod  is  fabricated  fran  a  single  3.18  mm  (.1274")  diameter    200  mm  long  Tophel 
Special  rod.    To  place  the  heater  in  a  cavity  within  the  sanple,  located  at  the  longitudinal  center  of 
the  sanple  rod,  the  rod  was  cut  into  two  pieces  of  equal  length,  and  flat  bottared  2.38  mm  (.0935")  holes 
were  bored  concentric  with  the  rod  in  either  direction  at  the  break.    The  cavity  holes  were  bored  deep 
enough  to  allow  for  the  symmetric  spacing  of  the  heater  in  the  sanple  and  to  include  1  mn  alumina  insul- 
ators at  both  ends.    A  .838  mn  diameter  hole  was  drilled  radially  into  the  cavity  1.5  itm  toward  the  break 
from  the  bottcm  of  each  cavity  hole  for  passage  of  the  heater  power  leads  and  their  alumina  insulators. 
After  insertion  of  the  heater  and  alumina  djisulators,  the  sanple  was  rejoined  by  TIG  (Tungsten  Inert  Gas) 
welding  at  the  break.    To  facilitate  the  welding,  the  ends  at  tlie  break  \«re  machined  to  a  close- toler- 
ance fit,  mating  a  relief  entubulation  on  one  side  to  a  counter  bore  on  the  other.    This  joint  was  sub- 
sequently fused  by  the  weld. 
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The  dual  encapsulation  of  the  sanple  heater  within  the  ceramic  and  within  the  sanple  provides,  aside 
from  the  necessary  electrical  insulation,  the  dual  benefit  of  itore  uniform  heat  transfer  to  the  sanple 
and  the  elimination  of  heat  leakage  fron  the  sanple,  for  which  accounting  would  otherwise  be  difficult. 
A  .127  ram  diameter  (.005")  platinum  10%  rhodium  wire  is  tack  welded  to  each  of  the  heater  leads  at  the 
point  of  their  emergence  from  the  sanple    to    serve    as    voltage  leads.    The  locations  of  the  voltage 
leads  are  so  chosen  that  they  effect  the  most  accurate  reading  of  the  voltage  drop  across  the  sanple 
heater  possible.    Precise  measurenent  of  this  voltage  and  of  the  curxent  through  the  heater  gives  the 
most  accurate  possible  measurement  of  the  power  input. 

The  two-bore  oval  cross-section  alumina  insulator  carries  each  pair  of  leads  radially  through  the 
guard,  and  away  from  the  apparatus,  effecting  conplete  electrical  insulation  from  each  other  and  from 
other  parts  of  the  system.    When  the  sanple  guard,  which  will  be  discussed  later,  is  raised  to  the  temper- 
ature of  the  sanple  at  this  location,  the  power  lead  is  in  an  isothermal  environment  and  no  heat  loss 
from  the  sample  through  it  or  the  voltage  leads  is  expected.    At  the  top  and  bottom  ends  of  the  sanple, 
holes  are  drilled  to  receive  alumina  rods  which  extend  to  serve  as  centering  and  insulating  supports. 
Heaters,  v^^ch  are  made  by  threading  a  length  of  .178  mm  tantalum  wire  through  23  uniformly  spaced,  alumina- 
insulated  holes  in  a  copper  cylinder  27  mn  in  diameter  and  12.7  nm  in  height  are  attached  at  top  and 
bottom  of  the  sanple.    A  center  hole  of  the  proper  diameter  allows  the  heaters  to  be  fitted  over  the 
sanple,  and  a  positive  mechanical  contact  is  made  by  slotting  the  toroidal  heater  and  drawing  the  open 
side  together  with  screws. 

The  thermal  gradient  is  obtained  by  taking  tenperature  differences  between  the  seven  pairs  of  Pt- 
Pt  10%  Rh  thermocouples  strategically  located  along  the  length  of  the  sanple.    The  .127  nm  (.005")  thermo- 
couple wire  pairs  were  flame  fused  at  the  end  into  a  small  bead,  vdiich  was  spot  welded  into  a  small  posi- 
tioning indentation  in  the  sanple  at  the  desired  location. 

One  thermocouple  is  located  at  the  longitudinal  mid-point  of  the  sample,  vdiich  is  also  the  mid-point 
of  the  sanple  heater.  The  remaining  six  pairs  of  thermocouples  are  synmetrically  located  with  respect  to 
the  center  pair  (See  Figure  2) : three  pairs  attached  to  the  sanple  above  the  heater  and  three  below.  The 
thermocouples  are  evenly  spaced  on  both  sides  of  the  center,  respectively  19.05  mn  (.75"),  31.75  mm  (1.25") 
and  44.45  mn  (1.75")  fron  the  sanple  center.  The  two  nearest  thermocouples  to  the  sample  heater  are  6.35 
mm  (.25")  from  the  end  of  the  center  sanple  heater  nearest  then. 

The  sanple  guard  is  a  tube  with  an  inside  dianteter  of  6.35nim(.25")and  a  wall  thickness  of  .381  nm 
(.015").    Since  the  purpose  of  the  guard  is  to  provide  an  isothermal  radial  environment  for  the  sanple 
at  all  points,  a  guard  is  required  which  will  have  the  same  thermal  gradient  as  the  sanple.    This  condit- 
ion can  be  satisfied  ideally  if  the  thermal  conductivity  and  the  cross-sectional  areas  of  both  tube  and 
sanple  are  the  same.    This  wall  thickness  was  chosen  to  allow  the  cross-sectional  area  of  the  guard  per- 
pendicular to  the  direction  of  heat  flow  to  equal  that  of  the  sanple.    Due  to  the  fact  that  the  Tophel 
Special  sanple  material  is  not  available  in  rods  with  diameter  greater  than  3.175  mn  in  diameter  (.125") ; 
Tophel  Special  with  slightly  different  heat  treatment  was  selected  for  the  guard.    The  tube  is  machined 
fron  a  solid  rod  7.97  mm  in  diameter  (.314")  vidiich  was  also  supplied  by  Wilbur  B.  Driver  Conpany. 

Since  the  total  length  of  the  guard  tube  required  was  143  mm  (5.625") ,  it  was  difficult  to  machine 
such  a  t\±>e  and  maintain  tolerances  on  walls  of  .381  ram  thickness.    The  guard  tube  was,  therefore,  machined 
in  two  shorter  pieces,  and  subsequently  E.B.  welded  together.     (See  detail  A  of  Figure  2) . 

Three  heaters  are  attached  to  the  guard  in  the  same  fashion  as  the  sanple  heaters,  one  in  the  center 
and  one  on  each  end  of  the  tube.    Six  pairs  of  the  Pt-10%  Rh  theimooouples  are  attached  to  the  surface  of 
the  guard  in  the  same  manner  as  those  attached  to  the  surface  of  the  sanple.    They  are  located  at  positions 
radially  opposite  those  attached  on  the  sanples  vdnen  the  guard  is  properly  positioned  around  the  sanple. 
(See  Figure  2)    A  .254  mn  diameter  wire  (.010")  Pt-Pt-10  Rh  thermcouple  is  attached  to  each  of  the  five 
copper  heaters.    These  themocouples  are  placed  in  the  slots  of  the  heater  and  nechanically  affixed  when 
the  heaters  are  tightened  on  the  guard  and  sanple. 

In  the  final  assembly,  the  lower  alumina  sanple  support  rod  fits  into  a  hole  drilled  into  the  base 
of  the  support  framework  for  this  purpose.    The  top  alumina  centering  rod  passes  through  a  hole  drilled 
in  the  center  of  the  top  plate  of  the  framework,  and  is  free  to  move  up  and  down  to  allow  for  the  thermal 
expansion  of  the  cylindrical  sanple.    The  top  and  bottom  guard  heaters  are  supported  by  the  top  and 
bottcm  sanple  heaters  through  three  alumina  support  rods,  vdiich  not  only  center  the  guard  with  respect 
to  the  sanple  but  also  insulate  the  oonponents  electrically  and  thermally  frcm  each  other.    The  entire 
structure  is  thermally  insulated  by  three  1  mil  titanium  radiation  shields.    The  guard  and  sanple  heaters 
are  similarly  isolated  by  sets  of  radiation  shields,  and  the  entire  system  is  operated  in  1  x  10"^  mn  Hg 
vacuum.    Power  is  supplied  to  the  sanple  heater  by  a  Sorensen  QIC  40-30A  DC  power  supply,  and  both  the 
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voltage  across  the  heater  and  the  current  through  it  are  measured  with  a  Fluke  model  895A  DC  voltneter, 
vAiich  has  a  1  uv  sensitivity.  The  latter  neasurement  is  made  across  a  IQ  (.05%  tolerance)  10  watt  pre- 
cision resistor  in  series  with  the  heater. 

The  five  peripheral  copper  heaters  are  all  powered  in  the  same  manner  (Insert  PA  of  Figure  1)  by 
Powerstat  bridges  indicated  schematically,  which  are  connected  directly  to  the  output  of  a  Sorensen  2501 
AC  voltage  regulator.    The  inputs  to  these  heaters  are  regulated  and  controllable  to  within  10  pv  as 
measured  by  a  Fluke  931  PB  RMS  differential  voltmeter. 

The  thermocouple  emfs  are  measured  by  a  Leeds  &  Northrup  K-5  potenticmeter  against  a  zero-degree 
reference  teitperature  bath.  The  distance  between  the  thermDcouples  was  measured  by  a  Nikon  measuring 
microscope. 


4.    Experimental  Procedixre  and  Errors 

In  conducting  the  bidirectional  heat  flow  experiment,  a  syimietrical  temperature  gradient  from  the 
center  of  the  sanple  to  either  of  the  two  ends  of  approximately  .8  °C/itTn  (20  °C/inch)  is  established 
under  steady-state  heat  transfer  conditions.    The  top  and  bottom  sample  heaters  were  used  to  set  the  temper- 
ature at  which  the  thermal  conductivity  was  to  be  measured;  and  the  center  sairple  heater  was  used  to 
establish  the  heat  flux  and  thermal  gradient.    Top  and  bottom  sanple  heaters  were  adjusted    by  reading 
the  seven  sample  thermocouples    to  balance  the  thermal  gradients  in  both  direction  to  the  desired  degree. 
Simultaneously,  the  three  guard  heaters  were  adjusted  to  achieve  a  steady-state  condition  in  which  the 
tarperatures  measured  by  each  of  the  thermocouples  on  the  sample  were  matched  by  the  taiperature  readings 
of  the  thermocouples  radially  opposite  each  of  them  on  the  guard.    Careful  manipulation  of  the  guard 
heaters  could  achieve  simultaneous  matching  of  the  thermocouple  pairs  to  within  +  2.5°C;  and  in  rtcist  cases 
the  matching  was  considerably  better. 

Thermal  gradients  established  in  this  experiment  were  usually  9°  -  10°C  between  the  sarrple  thernc- 
couples  spaced  at  1.29  cm  intervals.    Since  indications  were  that  the  therml  conductivity  was  a  slowly 
varying  fimction  of  the  tCTiperature,  the  assurrption  that  there  is  a  linear  gradient  between  thermocouple 
pairs  is  realistic.    The  calculated  thermal  conductivity  was,  therefore,  postulated  to  be  that  at  the 
average  terrparature  of  the  two  thermocouples. 

When  the  gradients  were  matched  to  within  the  2.5°C  tolerance  mentioned  above,  the  thermal  conduct- 
ivities measured  were  consistent  within  2%.    The  single  largest  source  of  experiit^tal  error  inherent  in 
the  system  is  the  measurement  of  the  length  between  therriDcouples ,  affecting  the  gradient  calculation. 
Couples  were  made  fran  J.27  mm  diameter  wires  by  flame-fusing  a  bead  at  their  juncture.    This  bead  formed 
a  sphere  with  diameter  in  excess  of  0.5  imv which  was  then  spot -welded  to  the  sample.    Determination  of 
the  exact  distance  between  contact  points  was,  therefore,  indeterminant  by  at  least  0.5  im;  and  since  the 
length  between  couples  was  12.7  mm  (.50") ,  the  2%  indeterminacy  could  account  for  the  2%  spread  in  the 
data.    The  precision  of  the  measurements  themselves  was  .1%. 

The  confirming  procedure  for  the  conductivity  data,  in  the  form  of  the  unidirectional  heat  flow 
experiment,  utilizes  the  ability  of  the  apparatus  to  control  both  teirperature  and  thermal  gradient  in 
different  portions  of  the  apparatus  independently.    To  make  this  second  measurement,  the  sample  heaters 
at  center  and  one  end  are  set  to  establish  an  isotherm,  with  resultant  net  zero  heat  flux  in  that  direct- 
ion from  the  center.    The  remaining  sample  heater  is  set  at  a  reduced  terrperature  to  produce  the  desired 
gradient  in  that  direction.    Meanv^le,  the  guard  heaters  are  nanipulated  to  make  the  guard  temperature 
conform  to  the  tenperature    profile  of  the  sanple.    Experience  with  the  apparatus  operating  in  this  mode 
indicated  that  the  measured  thermal  conductivity  was  relatively  insensitive  to  variation  between  sanple 
and  guard  tertperatures ,  on  the  isothermal  side,  up  to  approximately  5°C;  but  that  this  method  was  very 
sensitive  to  small  differences  in  sartple  and  guard  gradients  on  the  heat  transfer  side.  Confirmation 
of  the  bidirectional  data,  however,  was  within  2.5%  for  guard-sample  gradients  matched  to  less  than  1°C 
on  the  gradient  side,  and  guard-sample  matched  isotherms  of  5°C  or  less. 
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5.    Results  and  Discussion  of  Results 


The  thermal  conductivity  of  Tophel  Special  has  been  measured  in  the  tenperature  range  between  70° 
and  500°C.    The  values  obtained  have  been  tabulated  in  Table  1  cind  plotted  in  Figure  3  (Ref.  3  has  been 
consulted  in  the  numerical  reduction  of  the  data) . 


Table  1.    Measured  Thermal  Conductivity  of  Tophel  Special 


Tsst 

Mean  Tenperature 
T  (°C) 

Thermal  Conductivity 
A  X  10-2  (watt/M°C) 

TGSt 

Mean  Tenperature 
T  (°C) 

Thermal  Conductivity 
\  X  10-2  (watt/M°C) 

1 

73.9 

.2276 

17 

340.2 

.254 

2 

73.9 

.2258 

18 

341.0 

.251 

3 

73.9 

.2236 

19 

341.1 

.249 

4 

73.8 

.2218 

20 

341.4 

.248 

5 

73.8 

.2224 

21  X 

335.3 

.251 

6 

73.5 

.2254 

22  X 

336 

.256 

7 

74.0 

.2230 

23  X 

335 

.257 

8 

188.2 

.268 

24  X 

337.5 

.240 

9 

187.0 

.267 

25  X 

337.9 

.253 

10 

186.5 

.264 

26 

506.3 

.197 

11 

188.2 

.261 

27 

506.1 

.197 

12 

188.2 

.259 

28 

506.1 

.197 

13 

187.6 

.268 

29 
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.198 

14 
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.249 

30 

505.7 

.199 

15 

337.9 

.250 

31 

505.5 

.200 

16 

339.7 

.248 

32 

505.3 

.199 

X  Indicates  unidirectional  confirming  runs 


The  raeasiirements  have  been  made  by  the  bidirectional  heat  transfer  method  and  verified  by  the  uni- 
directional method  at  approximately  350°C.    The  agx^eement  is  excellent,  as  shown  in  Figure  3.    The  thermal 
conductivity  of  Chromel  P  (approximate  conposition  Ni  plus  Co  90%,  Chromium  10%)  was  measured  by  Shelton 
(4) ,  and  the  thermal  conductivity  of  this  material,  which  is  closest  to  Tophel  Special  in  composition, 
has  also  been  plotted  in  Figure  3  for  coirparison.    Although  the  thermal  conductivities  of  Tophel  Special 
and  Chromel  P  are  of  the  same  order  of  magnitude,  there  appears  to  be  a  difference  in  their  behaviors  as 
a  function  of  tenperature. 

The  thermal  conductivity  of  pure  nickel  (99.999  pure)  was  most  recently  measured  by  Kirichenko  (5) 
in  the  tenperature  range  67-647°C, and  by  Powell    and  Tye  (6)  between  50  and  1050°C.    Ti\e  therrral  conduct- 
ivity of  nickel,  interestingly  enough,  exhibits  a  negative  tenperature  coefficient  up  to  the  tenperature 
of  the  magnetic  transformation  (ranging  frcm  340  to  350°C) ,  beyond  which  a  positive  tenperature  coeffic- 
ient was  observed. 

The  thermal  conductivity  of  chromium,  as  measured  by  Powell  and  Tye  (7)  after  a  variety  of  heat  treat- 
ments shows  a  negative  temperature  coefficient  for  heat  treatment  above  500 °C,  but  oositive  tenperature 
coefficients  for  sanples  treated  at  lower  tenperatures .    Thennal  conductivity  of  the  Tophel  Special  sairple 
is  much  the  same  as  that  of  the  low-tenperature  chratiium  at  relatively  low  temperatures,  for  which  data  is 
available.    The  low  tenperature  data  of  Sochtig  (9)  corroborates  the  order  of  magnitude  of  the  Powell  and 
Tye  data,  although  their  sample  had  been  heat  treated  at  1000°C.    The  heat-treated  sanple  of  Lucks  and 
Deem  (8) ,  on  the  other  hand,  corroborates  the  high  tenperature  annealed  sanple  data  observed  by  Powell 
and  Tye. 
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Figure  2    Details  of  Apparatus  For  Measuring  Thermal  Conductivity  of  lyfetals  and  Alloys 
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The  Intrinsic  Electronic  Thermal  Resistivity  of  Iron 


.1 


M.   S.  R.  Chari 

National  Physical  Laboratory  of  India 
New  Delhi,  India 


Starting  from  Linde's  empirical  observation  that,  at  temperatures  where  the 
electrical  resistivity  of  a  (normal,  non- transitional)  metal  has  a  linear  tempera- 
ture dependence,  its  electronic  thermal  resistivity  is  independent  of  temperature, 
Backlund  has  employed  a  modified  Wiedemann-Franz-Lorenz  relation  to  evaluate  the 
intrinsic  component  (Wgg)  of  the  electronic  thermal  resistivity  of  iron.     This,  in 
effect,  uses  a  Lorenz  parameter  smaller  than  the  normal  value  L^,     Chari  has  recently 
obtained  values  for  the  of  iron,  in  the  temperature  region  600  -  1200  °K,  from 

the  usual  Wiedemann-Franz-Eorenz  relation,  using  the  value  of  the  electronic 
Lorenz  parameter  Lg,  as  given  by  Makinson  for  a  pure  monovalent  metal  having  the 
Debye  parameter  of  iron.     Here  also,  w^g  comes  out  independent  of  temperature. 

In  the  present  paper,  a  more  detailed  comparison  is  made  of  the  two  methods. 
It  is  shown  that,  if  iron  is  assumed  to  contribute  one  electron  per  atom  to  the 
conduction  band,  the  fractional  drops  (AL/Ljj)  in  the  effective  electronic 
Lorenz  number,  used  in  these  two  methods  are  respectively  given  by  0,179 /I, 17T 
and  (b  -  a)/  (1  +  b  -  a),  where  b  =  3Qq'^ / (2n'^m^  and  a  =  J-j/ ,  the  symbols 
Q,  D,  J-^  and        having  the  same  meaning  as  in  Makinson 's  paper.     At  the  Debye 
temperature  9,  the  two  methods  give  the  same  AL/Lj^.     At  higher  temperatures,  the 
Backlund  method  gives  an  effective  AL/L^^  proportional  to  1/T  while  Makinson 's 
method  leads  to  a  1/T^  variation  and  an  ideal  electronic  thermal  resistivity  w^g 
which  is  constant  in  the  temperature  range  49  to  29  but  increases  by  about  3% 
in  going  from  29  to  39/2  and  by  about  67o  in  going  from  39/2  to  9 ,     At  lower 
temperature,  Wgg  rises  rapidly  reaching,  at  9/4,  a  value  about  twice  the  constant 
high-temperature  value.     This  rising  trend  of  Wgg  corresponds  to  the  thermal  con- 
ductivity minimum  at  low  temperatures   («i9/5),  which  is  inherent  in  the  standard 
theory  and  is  presumably  due  to  an  over- estimation  of  the  strength  of  the 
electron-phonon  interaction. 


Key  Words:  Electronic  thermal  resistivity,  iron,  Lorenz  number, 
resistivity,  thermal  resistivity. 


1.  Introduction 

The  component  of  the  electrical  resistivity  due  to  the  magnetic  scattering  of  free  electrons  in 
metals  of  half-integral  spin  has  been  evaluated  by  Friedal  and  De  Gennes[l]  ,  using  the  Born  approxi- 
mation and  assuming  an  exchange  interaction  between  the  atomic  spin  and  that  of  the  conduction  electron. 
In  the  paramagnetic  state  of  such  a  m.etal,  where  it  is  permissible  to  consider  the  electron  scattering 
as  elastic,  they  find  that  the  magnetic  contribution  (Pjj,)  to  the  electrical  resistivity  is  propor- 
tional to  s(s  +  1),  where  s  is. the  spin  of  the  magnetic  atom. 


■''Senior  Scientist. 


^Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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Weiss  and  Marotta[2]  have  demonstrated  this  proportionality  even  in  the  case  of  metals  having  a 
non-integral  spin,  using  the  Van  Vleck  configuration,  replacing  s(s  +  1)  by  S  p.s-(Sj^  +  1),  where  p. 
is  the  fraction  of  atoms  in  the  spin  state  Sj.  They  find  a  surprisingly  linear  variation  of  p^^^  with 
respect  to  this  sum  over  a  wide  range  of  spins,  indicating  a  very  narrow  range  of  values  for  the  ex- 
change coupling  constant  G  in  the  various  transitional  metals  and  their  alloys. 

Assuming  the  ideal  (intrinsic)  electrical  resistivity  Pg  to  be  given  by  the  Bloch-Gruneisen 
expression 

„e/T 


_  Ar^     r  z^dz  

pg      q6     J         (ez  -  1)(1  -  e-z) 


(1) 


(where  9  is  the  characteristic  Debye  temperature  and  A  is  a  constant  of  the  metal),  and  the  magnetic 
resistivity  pj^  to  be  proportional  to  s(s  +  1),  they  analyzed  the  electrical  resistivity  data  of 
Pallister  [3]  on  iron.    At  the  temperatures  large  with  respect  to  T^.  and  9,  the  Bloch-Gruneison  term 
reduces  to  AT/S  (T^  being  the  Curie  temperature).     Since  Pallister 's  p  -  T  curve  for  iron,  at  such  high 
temperatures,  shows  the  electrical  resistivity  to  have  a  linear  variation  with  T,  they  equated  the 
slope  of  this  curve  to  A/9  and  evaluated  the  ideal  electrical  resistivity  Pg.     Since  the  residual 
electrical  resistivity  (Pq)  of  iron  is  negligibly  small  (compared  to  p     and  pjj,),  subtracting  pg  from 
the  experimental  value  of  p  gave  p^. 

The  corresponding  components  of  the  thermal  resistivity  of  iron  were  obtained  from  Powell's  data 
[4]  by  Backlund[5],  using  a  modified  Wiedemann-Franz  relation  and,  by  the  present  author[6],  using  the 
appropriate  values  of  the  electronic  Lorenz  number,     A  detailed  comparison  is  made  here  between  these 
two  methods. 

Recently,  careful  measurements  on  the  electrical  and  thermal  resistivities  of  high-purity  iron 
[7,  8,  9]  and  Armco  iron  [8,  9]  have  been  reported,  which  show  that  the  resistivities  at  the  alpha- 
gamma  transition  temperature  (1180  °K)  present  a  stem-like  singularity.     It  is  pointed  out  in  the 
present  paper  that  these  new  data  may  not  radically  affect  the  above  mentioned  discussions  (which  were 
based  on  the  old  data  of  Pallister[3]  and  of  Powell[4]). 


2.     The  Lorenz  Number 

The  early  theories  of  metallic  conduction  were  based  on  a  classical  concept  of  the  collision  pro- 
cess between  the  conduction  electrons  and  the  atomic  lattice  and  predicted  a  Lorenz  number  L^^  having  a 
universal  constancy.     The  modern  Quantum  theory  of  metals,  on  the  other  hand,  recognizes  the  inelastic 
nature  of  the  electron-phonon  interaction,  requiring  an  exchange  of  the  phonon  energy  in  the  scattering 
process.     Thus,  at  temperatures  T,  which  are  much  higher  than  the  Debye  temperature  9,  where  the  maxi- 
mum phonon  energy  k9  would  be  small  compared  to  kT,  the  electronic  Lorenz  number  Lg  has  the  temperature- 
independent  value  L^.     This  applies  also  at  low  temperatures  where  elastic  impurity  scattering  is 
predominant.    At  intermediate  temperatures  where  the  energy  of  the  phonon  absorbed  or  emitted  is  not 
negligible  compared  to  kT,  the  electronic  Lorenz  parameter  falls  below  the  value  Ljj. 

Starting  from  Wilson's  expression[ lO]  for  the  ideal(intrinsic)  electrical  resistivity  and  the 
ideal  electronic  thermal  resistivity  of  a  metal,  Makinson[ll]  obtained  the  following  expression  for  Lg 
of  a  metal,  assuming  the  lattice  waves  to  be  those  of  an  isotropic  continuum  having  an  upper  frequency 
limit : 


^e  ^  + 
_S  =  4A 

L 


n 


-12  +  XI 
4A 


(f  •  f) 


(2) 


where 


and 


x(f  •  f)  ■  (f)  h    *  1(1)  V  ife  ^7],  «) 


9/T 

fQ\        r  z^dz  

Jn  \tJ  =  J         (ez  -  1)(1  -  eZ) •  W 
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Here  the  symbols  Q.  D,  X,  J-^  and        have  the  same  meaning  as  in  Makinson's  paper:    Q  is  the  Fermi 
energy,  J/D  -  (2Ng  )l/3,  where  Ng  is  the  number  of  conduction  electrons  per  atom,  Pq/AA  is  the  impurity 
parameter,  Pq  being  the  residual  electrical  resistivity,  and  A/9  is  the  slope  of  the  ideal  electrical 
resistivity  pg  at  temperatures  T/6  >  0.6.       For  an  ideally  pure  metal,   for  which  Pq/4A  =  0,  eq  (1) 


reduces  to 


The  drop  in  the  value  of        below  the  value        at  the  temperature  T  is  given  by 

^  =  ^n  "  ^e  =        ■        ^/  (1  +  ^  ■ 

3.     The  Two  Methods  for  Deriving  the  Ideal  Electronic  Thermal  Resistivity 

3.1.     The  Bases  of  the  T^}0  Methods 

The  component  w^g  of  the  electronic  thermal  resistivity  of  iron,  due  to  phonon  scattering  has 
been  obtained  by  two  methods,  both  starting  from  the  value  of  the  corresponding  component  pg  in  the 
electrical  resistivity  of  iron. 

One  method,  due  to  Backlund[5]   is  based  on  the  fact  that  the  Block-Gruneison  expression  (eq  1) 
leads  to  a  reduced  resistivity  r  (=  p-j/pg)  of  a  metal  being  a  universal  function  of  the  reduced 
temperature  t  (=  T/9).    At  temperatures  above,  say  9/3,  this  function  is  a  straight  line  given  by  [12]; 

r  =  -0.17  +  1.17t  "  (7) 

so  that  dp /dT  is  1.17  Pq/Q.     Following  Linde's  observation[ 13]  for  normal  (non-transitional)  metals 
that  Wg„,  the  phonon-scattering  component  of  the  electronic  thermal  resistivity,  is  independent  of 
temperature  as  long  as  the  electrical  resistivity  has  a  linear  temperature  dependence,  Backlund[5]  has 
evolved  a  modified  Wiedemann-Franz  relation 

"eg  =  (Pg  +  Po)/(LnT)  (8) 

applicable  to  transitional  metals  as  well,    p^  is  pg  times  the  intercept,  on  the  negative  side  of  the 
Y-axis,  of  the  rectilinear  p     -  T  curve  and  is  presumably  associated  with  the  zero  point  energy[l4]. 
In  the  case  of  iron  at  temperatures  above  about  120  °K,  where  the  p„  -  T  curve  is  linear, 

—  1 
pg  =  -p^  +  (1.17  pgT/9).     Backlund  thus  finds  w^g  =  1,17  pg/(Iti9)  =  0.015  m  deg  W""-,  independent  of 
temperature. 


In  the  other  method[6],  w      is  obtained  from  the  relation 

-eg  =  Pg/(^gT)  (9) 

where  the  electronic  Lorenz  parameter  L  ,  appropriate  to  phonon  scattering,  is  read  off  Makinson's 
curve  (fig.  3  of  ref.  11)  of  Lg/L^j  versus  T  for  a  typical  monovalent  metal,  having  the  Debye  tempera- 
ture of  iron.     The  Wgg  obtained  in  this  manner  turns  out  to  be  more  or  less  independent  of  temperature 
down  to  600  °K  and  has  a  value      0.012  m    deg    W"-*-.     The  values  of  Wgg  +  Wgg  (the  subscript  s  indicat- 
ing the  component  due  to  s  -  d  scattering)  obtained  in  this  manner  (fig.  1  of  ref.  6)  join  up  smoothly 
to  the  data  of  White  and  Woods[l5]  on  iron  at  temperatures  below  140  °K.     In  fact,  Backlund 's  data 
also  satisfies  this  criterion  since  their  w.    values  are  lower  by  about  0.0035  m  deg  W"-'-. 


The  difference  between  the  constant  values  0.015  and  0,012  m  deg  W"!  for  Wgg  are  well  accounted 
for  by  the  difference  in  the  values  of  Pg  employed  in  the  two  methods.     Backlund  fitted  the  electric 
resistance  data  of  Pallister  on  iron  to  an  equation  of  the  form  -  £  +  mT  +  nT^,  whereas  we  read  off 
values  of  p_  from  Weiss  and  Marottas'  p     -  T  plot,  which  has  a  slope  about  20%  lower. 


"^Following  Makinson,  the  slope  of  the  Bloch-Gruneison  function  is  here  represented  as  A/9, 
whereas     Weiss  and  Marotta  have  expressed  it  as  A/49. 
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3.2.     The  Effective  Lorenz  Parameter  in  Iron. 


Backlund's  modified  Wiedemann-Franz  relation  amounts  to  using  an  effective  electronic  Lorenz 
number        =  pl^/(pg  +'p^),  so  that  the  fractional  drop  in  the  value  of       at  a  temperature  T  is  given 
by  AL/Lj^  =  (1^  -  Lg)/I^  =  ^o/(Pg  +  "Pq^  =  0,179/1.171.     In  other  words,  starting  from  T  »  e"^,  AL/L^ 
increases  linearly  with  the  fall  of  temperature,  taking  up  the  value  0.145  at  T  =  9.     As  shown  in 
article  2,  Makinson's  treatment  results  in  eq  (6), 

If  we  assume  the  impurity  parameter  Pq/4A  =  0  and  that  iron  contributes  one  electron  per  atom  to 
the  conduction  band,  this  leads  to  a  AL/L^  having  the  same  value  as  above  (0.145)  at  the  Debye  tempera- 
ture.    At  higher  temperatures,  it  varies  approximately  as  T"^,  while  at  lower  temperatures  T<  9,  the 
variation  is  less  rapid,  AL/I^  decreasing  by  a  factor  of  5  for  a  decrease  of  T  from  9  to  9/4.  Taking 
the  impurity  parameter  into  account,  (using  p^^  =  0.001  ^Qm)  makes  no  significant  difference. 

Using  eq  (2),  we  have  also  calculated  AL/L^  by  Makinson's  treatment,  using  the  more  realistic 
value  of  Ng  =  0,7  and  taking  the  impurity  parameter  into  account.     At  temperatures  9/4,  9/2,  9  and  29, 
the  values  of  AL/Ln  are  0.612,  0.105,  0.049,  and  0.028  respectively.     In  other  words,  at  T  >9,  the 
T~    variation  of  AL/T^  is  maintained,  but  below  9,  the  variation  is  less  rapid,  as  in  the  case  of 
Ng  =  1,     This  latter  behaviour  is  in  accordance  with  the  partial  filling  up,  at  low  Ng ,  of  the 
theoretically  predicted  electronic  thermal  conductivity  minimum, 

3,3.     The  Instrinsic  Electronic  Thermal  Resistivity 

Backlund's  analysis[5]  starts  with  the  assumption  of  a  constant  value  for  Wgg  in  the  temperature 
region  of  a  linear  p  -  T  curve.     His  modification  of  the  Wiedemann-Franz  relation  makes  sure  of  this 
down  to  about  120  °K  for  iron. 

The  value  of  Wgg  obtained  by  us,  following  Makinson's  theoretical  evaluation  of  Lorenz  number,  is 
sensibly  constant  in  the  temperature  region  49  to  29 .    For  Na  =  1,  Wgg  increases  by  about  3%  for  the 
temperature  drop  from  29  to  39/2  and  by  about  b%  between  39/2  and  9.     Below  9  it  rises  rapidly, 
reaching  at  about  9/4  a  value  about  twice  the  high  temperature  value.     This  rising  trend  of  Wgg  cor- 
responds to  the  thermal  conductivity  minimum  at  low  temperatures  (?»  9/5)  which  is  inherent  in  the 
standard  theory  of  Wilson  and  Makinson  and  is  presumably  due  to  an  over estimation  of  the  strength  of 
the  electron-phonon  interaction.     For  Ng  =  0.7,  (it  is  immaterial  whether  or  not  the  impurity  parameter 
Po/4A  is  taken  into  account)  the  value  of  Wgg  at  high  temperatures  is  not  affected,  but  now  the  rise 
is  only  about  50%  for  the  temperature  drop  to  9/4,     This  again  corresponds  to  the  filling  up,  at  small 
Ng,  of  the  theoretically  predicted  minimum  in  the  thermal  conductivity. 

4.     The  Alpha-Gamma  Transformation 

More  recent  measurements  on  the  conductivities  of  iron[7,  8,  9]  show  a  step-like  anomaly  at  the 
temperature  T^  of  the  transformation  of  iron  from  the  magnetically  disordered  body-centered  cubic 
(b.c.c.)  to  a  race-centered  cubic  (f.c.c.)  structure.     The  slope  of  the  p  -  T  curve  above  T^.  is 
changing  and  is  different  above  and  below  T^yy.     This  renders  questionable  the  validity  of  the  original 
analysis  of  Weiss  and  Marotta,  who  made  use  of  the  linear  p  -  T  curve  above  T^, . 

In  this  connection,  we  wish  to  made  the  following  comments.     The  slope  of  the  p  -  T  curve  changes 
rapidly  between  the  Curie  temperature  T^,  and  Tq^  ,  getting  smaller  as  we  approach  from  T^. . 

Fulkerson  et  aj.[8]  derive  slopes  of  3.95,  4.05,  and  3.73  X  lO'^'bm/'K  for  the  ORNL  Armco  iron,  ORNL 
high  purity  iron  and  USS  high  purity  iron  respectively  in  the  alpha  region,  and  3.74,  3.69,  and  4.00 
X  10"-'^^Qm/°K  in  the  gamma  region.     Actually,  since  the  temperature  interval  T^  to         is  rather  small, 
we  have  to  visualize  a  true  slope  somewhat  smaller  than  these  values.     Since  the  b.c.c.  structure  of 
ironT sJ  again  becomes  stable  above  1680  °K,  Coles[l6]  has  deduced  a  slope  of  3  X  10"l'^Qm/°K  from  the 
resistivity  values  just  above  T^  and  those  in  the  6  -  iron  region.     This  seems  reasonable  and  agrees 
with  the  value  obtained  by  Weiss  and  Marotta  from  the  old  data  of  Pallister[ 3] ,  which  does  not  re- 
cord the  resistance  drop  at  . 

Whereas  the  use  of  dp/dT  =  3  X  10"''-^Qm/°K  results  in  a  ps  (which  is  the  constant  value  of  magne- 
tic resistivity  above  Tj.)  of  0.8ii,Qm,  higher  values  of  dp/dT  of  say  4  or  5  X  10"''-"Qm/°K  would  lead  to 
ss  0.65  and  0.54p,Qm  respectively.     These  latter  values  for  Pg  would  be  somewhat  smaller  than  the  value 
0.75  which  latter  would  conform  to  a  linear  variation  of       with  S  pj^s.(si  +  1).     The  trend  of  the 
rest  of  the  above  discussions  is  not  disturbed  by  such  higher  values  of  d9/dT,  though  the  numerical 
values  certainly  change.     We  might  add  that  Koveskiy  and  Samsonov[l7]  have  given  a  constant  dp/dT  of 
4.79  X  10-10am/°K,  with  no  step  at  T^. 
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To  which  component  of  the  electrical  resistivity  is  the  step  at  1^  to  be  attributed?    It  was 
shown  by  Weiss  and  Tauer[l8]  from  the  specific  heat  data  on  iron,  that  the  Debye  temperature  is  about 
420  °K  in  the  alpha  phase  and  about  335  °K  in  the  gamma  phase.     Since  we  have  accepted  for  dp/dT,  the 
limiting  value,  away  from  the  temperatures  of  transition,  it  would  imply  our  assuming  a  value  for  pg 
which  is  the  same  for  the  alpha  and  gamma  phases.     If  this  argument  is  correct  and  the  Debye  tempera- 
tures of  the  two  phases  are  taken  into  account,  we  can  use  the  Bloch  relation  p    «  RT/Ng6^  (where  R  is 
the  Fermi  radius)  and  derive  the  ratio  of  the  conduction  electrons  per  atom  in  the  two  phases  as 
Ny/Njy  =  1.6.     Such  an  estimation  has  been  indicated  by  Fulkerson  e_t  al  who  also  discuss  in  detail  the 
step  in  the  thermal  conductivity  of  iron  at  T^-^ , 
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The  Thermal  Conductivity  and 
Electrical  Resistivity  of 
Tungsten-26  Weight  Percent  Rhenium 
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Nuclear  Materials  and  ^^ropulsion  Operation 
General  Electric  Company 
Cincinnati,  Ohio  1*5215 


Radial  heat  flow  measurements  of  the  thermal  conductivity  of  W-26Re  (w/o)  have 
been  made  over  the  temperature  range  from  300      to  2200    C.    These  data  identify  a 
small  positive  temperature  coefficient  on  conductivity  with  conductivity  values 
ranging  from  56.0  V7m~l  deg"!  at  300  °C  to  about  69. 0  V/m-1  deg~^  at  2200  °C. 

Electrical  resistivity  measurements  are  also  reported  for  both  W-26Re  and  for 
unalloyed  tungsten.     This  information  was  employed  to  calculate  the  electronic  con- 
tribution to  the  thermal  conductivity  of  the  W-26Re  alloy.    At  300  °C  the  electronic 
contribution  was  calculated  to  be  about  65^  of  the  thermal  conductivity,  whereas  at 
2200    C  the  conductivity  is  about  90%  electronic. 

Key  Words:  Conductivity,  electrical  resistivity,  electronic  conduction,  phonon 
conduction,  thermal  conductivity,  tungsten,  tungsten-26  rhenium. 


1.  Introduction 

Alloys  of  tungsten  and  rhenium  have  been  found  to  be  of  considerable  interest  for  potential 
structural  applications  at  extremely  high  temperatures.     In  addition,  these  alloys  have  been  used 
extensively  as  thermocouples  with  pure  tungsten  for  high  temperature  measurements .    Although  much  has 
been  reported  on  the  thermal  electric  output  of  W-26Re  with  pure  tungsten  as  a  thermocouple,  little  or 
no  work  has  been  reported  on  either  the  thermal  conductivity  or  electrical  resistivity  of  this  alloy  in 
the  high  temperature  range  (>  1200  °C).    The  data  presented  in  this  report,  therefore,  fill  a  vital  gap 
in  the  knowledge  of  the  thermal  properties  of  this  important  alloy  in  the  tungsten-rheniiun  system. 
They  also  serve  to  verify  data  presented  by  Jun  and  Hoch  (1)^  on  a  similar  alloy  (W-25Re)  but  measured 
by  a  different  method.    The  general  agreement  with  the  predicted  values  of  McElroy  (2)  suggests  that 
some  confidence  can  be  placed  in  the  estimation  of  fairly  reliable  conductivity  data  for  an  alloy  over 
a  broad  temperature  range  when  electrical  resistivities  over  this  range  are  known. 


2.     Description  of  Specimens 

2.1.     Thermal  Conductivity 

The  thermal  conductivity  specimens  (VJ-26Re)  and  the  guard  discs  (tungsten)  were  obtained  commer- 
cially.    A  powder-metallurgy  process  was  used  to  fabricate  discs  which  were  then  machined  to  the  con- 
figurations shown  in  figure  1.    The  composition  of  the  as-received  material  is  given  in  table  1. 
Measured  densities  were  98.96^  of  theoretical  for  the  specimen  and  98.3?  (on  the  average)  of  theoreti- 
caJ.  for  the  guards. 


2.2.     Electrical  Resistivity 

Electrical  resistivity  specimens  were  made  from  the  same  material  used  in  making  the  thermal  con- 
ductivity specimens  and  also  from  powder-metallurgy  tungsten.     For  these  specimens  though,  circular 
rods,  0.32  cm  in  diameter  by  11. U3  cm  in  length  were  employed.     Small  holes  which  were  required  to 
accommodate  voltage  probes  were  generated  by  an  EDM  process. 


Principal  Jingineer 

Figures  in  parentheses  indicate  the  literature  references  at  the  end  of  this  paper. 
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Table  1.     Composition  of  specimens  in  percent  by  weight 


TunRsten-Rhenium 

Tungsten 

%  rhenium  26.1*8 

%  tungsten  73.39  (by  difference) 
%  impurities 

Mo  0.01-0.10 

Fe  <0.01 

Na  <0.01 

Ti  <0.01 

Ni  <0.01 

Maximum  impurities  <0.13^ 

%  impurities 

Mo  0.01-0.10 
Fe  <0.01 
Na  <0.01 

Maximum  impurities  <0.12^ 

2.3.    Microstructures  of  Specimens 

Typical  microstructures  of  the  materials  used  are  shown  in  figure  2.    X-ray  diffraction  studies 
have  shown  the  alloy  material  to  be  a  single-phase  solid  solution  with  a  theoretical  density  of  19,575 
kg/m3;  also,  a  density  of  19,199  kg/m^  was  determined  for  the  unalloyed  tungsten. 


3.  Apparatus 

3.1.     Thermal  Conductivity 

Thermal  conductivity  measurements  were  obtained  in  the  radial  heat  flow  apparatus  which  has  been 
described  previously  (3,1*, 5).     However,  one  important  difference  is  noteworthy.     Because  of  the  high 
cost  of  material  containing  significant  amounts  of  rhenium,  some  thought  was  given  to  the  use  of  lower 
cost  guard  materials.     In  this  study  the  guards  were  made  from  tungsten  and  three  guard  discs  were 
employed  above  and  below  the  W-26Re  specimen  disc.     In  addition,  two  discs  of  tungsten  with  flanges  at 
the  I.D.  and  O.D.  were  placed  at  each  interface  between  the  specimen  and  adjacent  guard  disc  as  shown 
in  figure  3.     This  thermal  isolation  of  the  specimen  was  sufficient  to  restrict  the  heat  flow  to  the 
radial  direction  in  keeping  with  the  boundary  conditions  of  the  experiment.     In  general,  this  procedure 
was  proven  to  be  satisfactory  as  indicated  by  the  reproducibility  of  the  data  obtained. 

Temperatures  were  measured  with  a  probe-type  thermocouple  (Pt/Pt  +  lORh)  up  to  1200  °C  and  an 
optical  pyrometer  from  1000    C  to  the  maximum  temperature  of  the  measurement,  2200    C.    Again,  as  in 
the  case  of  the  molybdenum  measurements  (5),  the  radial  thermal  gradient  was  small  (3    C  to  20    C)  and 
great  care  had  to  be  exercised  in  the  temperature  measurement  to  obtain  reasonable  precision  in  the 
results . 


3.2.     Electrical  Resistivity 

Electrical  resistivity  measurements  were  made  on  rod  specimens  (0.32  cm  dia.  x  11.1*3  cm  long)  by 
a  four-probe  method  as  described  previously  (5)  except  that  two  specimens  were  placed  in  series  as 
shown  schematically  in  figure  1*.     One  W-26Re  specimen  was  used  in  conjunction  with  an  unalloyed 
tungsten  specimen.     In  this  manner,  electrical  resistivity  was  measured  on  the  two  materials  simul- 
taneously.    A  probe  thermocouple  was  used  to  determine  the  temperature  of  the  specimens  up  to  1200  C; 
above  this  temperature,  an  optical  pyrometer  was  employed.     Voltage  probes  were  of  W-26Re  for  the  alloy 
specimen  and  tungsten  for  the  unalloyed  tungsten  specimen.    Verification  of  the  temperature  level  and 
possible  gradient  along  the  specimens  was  obtained  by  measuring  the  thermal  e.m.f.  between  the  W  and 
W-Re  voltage  probes  when  no  external  power  was  supplied  to  the  specimens.    Measurements  at  liquid 
nitrogen  temperature  (-196    C)  were  also  made  on  as-received  and  tested  specimens. 

1*.  Results 

l*.l.    Thermal  Conductivity 

The  results  of  the  thermal  conductivity  measurements  are  shown  in  figtire  5  and  in  table  2.  The 
initial  measurements  (series  1,  table  2)  were  made  from  300    to  l600    C.    After  an  interruption  of 
about  two  months,  during  which  time  the  specimen  and  guards  were  removed  from  the  apparatus,  the  second 
series  of  measurements  was  made  on  the  same  specimen  from  1300    to  2350    C  and  then  down  to  1550    C  on 
final  cooling.     In  both  series,  reproducibility  was  demonstrated  by  repeated  measurements  over  the 
temperature  ranges  studied.     It  can  be  seen  in  figure  5  that  the  conductivity  increases  with  temper- 
ature over  the  entire  range  although  the  slope  decreases  at  higher  temperatures.     The  agreement  with 
the  values  reported  by  Jun  and  Hoch  (1)  is  quite  good  considering  the  different  methods  employed.  The 
predicted  values  of  McElroy  (2)  up  to  1500    C  also  appear  to  be  verified  by  these  results.    McElroy  (2) 
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shows  two  sets  of  values  in  his  prediction  based  on  two  different  assumptions  for  the  lattice  component. 
Both  values  are  shown  on  the  curve  to  demonstrate  the  agreement  between  these  predicted  values  and  the 
experimental  results  of  this  study. 

Table  2.     Thermal  conductivity  data  for  W-26Re 
Win"-'-  deg"-"- 


Series 

1 

Series  2 

Run 

1 

Run 

2 

Run 

3 

Run  1 

Run 

2 

T,  ""C 

X 

T, 

X 

T, 

X 

 rr  ■     ■  ... 

T,     C  X 

 n  

T,  "^C 

X 

308 

1*1*. 6 

551 

57 

0 

1268 

67.1 

1335  63.5 

1685 

66 

6 

kok 

i*U.i 

578 

51* 

1+ 

1360 

58.6 

1522  62.2 

1708 

65 

9 

507 

58.3 

781 

68 

h 

1381 

57.5 

1651*  63.5 

1779 

67 

7 

673 

62.8 

81*8 

66 

0 

1392 

61.8 

161*1*+  63.7 

1802 

67 

8 

71*9 

59.1 

869 

63 

6 

1566 

58.1 

1527+  65.3 

1999 

62 

7 

81*5 

61.7 

932 

65 

3 

1593 

55.5 

2008 

66 

7 

759+ 

62.3 

91*8 

65 

8 

201*0 

66 

1* 

728+ 

60.1* 

998 

66 

0 

2021  + 

61* 

0 

651*+ 

58.7 

102I* 

69 

0 

1910  + 

67 

k 

535+ 

55.3 

1082 

69 

7 

2008 

67 

9 

1+13+ 

56.0 

lll*7 

69 

2 

2156 

70 

0 

111*8 

63 

3 

2185 

69 

3 

1210 

63 

6 

225I* 

68 

1* 

lll*6+ 

63 

1* 

231*9 

73 

1* 

1120  + 

55 

8 

1816  + 

68 

8 

1657  + 

68 

6 

1675  + 

71 

9 

1679  + 

66 

h 

151*2  + 

67 

h 

+  Indicates  measurements  during  cool  down. 


Jun  and  Hoch  (l)  have  reported  two  distinct  values  for  the  thermal  conductivity  of  W-25Re  both  of 
which  are  independent  of  temperature  and  which  depend  upon  the  method  of  fabrication;  i.e.,  62.6  Wm~l 
deg~l  for  powder-metallurgy  material  and  68.0  Wm~    deg"-!-  for  arc-cast  mater  ial  in  the  1500      -  2700  K 
range. 

!*.2.     Electrical  Resistivity  Results 

The  measured  values  of  the  electrical  resistivity  of  W-26Re  and  unalloyed  tungsten  are  presented 
in  table  3  by  individual  runs.  -These  data  are  combined  to  give  the  curves  in  figure  6.     Second  degree 
polynomial  equations  were  developed  based  on  these  data.     The  equation  for  tungsten-rhenim  is  con- 
tinuous and  fits  well  within  up  to  about  2370    K  with  few  exceptions;  however,  the  precision  is 
about  +6%  for  the  few  data  points  above  2370    K.    The  equation  for  the  electrical  resistivity  of  W-26Re 
is: 


—7  TO  -  1 14  ? 

p  =  1.861*30  X  10  '  +  3.37090  X  10  T  -  1.291*57  X  10  T  (1) 
a  =  2.1*3036  X  10"^  nm 


where  T  is  in    K,  p  is  in  flm  and  0  is  the  standard  deviation.    Results  of  this  study  are  somewhat  higher 
than  those  reported  by  McElroy  (2).    This  shift  is  probably  due  to  differences  in  the  materials  used  in 
the  two  experiment.s .     In  the  ORNL  study  small  diameter  tungsten-26  rhenium  thermocouple  wire  (6)  was 
used  which  may  have  had  a  slightly  different  composition,  whereas  the  material  used  in  this  study  was 
a  0.32  cm  diameter  rod  and  is  characterized  by  the  composition  given  in  table  1. 

The  values  for  tungsten  were  fitted  more  precisely  when  two  second  degree  polynomial  expressions 
were  used  rather  than  one.    This  is  similar  to  the  method  proposed  by  Moore,  et  al.  (7),  and  is  mainly 
due  to  the  desire  to  restrict  the  expression  to  a  second  degree  polynomial  rather  than  to  suggest  a 
physical  change  in  temperature  dependence  of  resistivity.    The  equations  are: 
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Table  3.     Electrical  resistivity  of  tungsten-26  rhenium  and  tungsten 


W-26Reg 

W  n 

m  O 

i  ,  L 

fim  X  10 

fim  X  10 

30 

OR 

p 

•  p^p 

216 

3h 

.705 

9 

.893 

225 

35 

.023 

10 

.391 

680 

32 

'tyc- 

? 

.  ju<; 

23^4 

oon 
•  '-y  1 

573 

1+6 

309 

19 

.722 

1062 

59 

982 

35 

.1*20 

30 

OQfl 

p 

907 

D  p  M- 

O-L 

iiO.:: 

1308 

D  I 

UpD 

:5l^ 

1615 

1  D 

52 

Am 

31+ 

m  Q 

p 

DUp 

28 

5 

299 

"ST 
3  1 

D  f  y 

UUc: 

lh2 

51 

25 

752 

Pi 

ft!  A 

010 

i^P 

1-?  1 

982 

po 

TIT 

762+ 

P^ 

307  + 

"57 

1213 

66 

1*16 

1*0 

562 

1968 

88 

356 

65 

928 

1978 

Aft 
00 

DO 

^nA 
DUO 

2196 

oil 

]iQ)i 

oy 

OdO 

2120  + 

)i  00 

DO 

07^ 
(O 

1955  + 

Af; 

OD 

jDU 

yyu 

1209+ 

Dp 

•3r,ft 

852+ 

55 

097 

28 

901 

29 

9A 

P 

poy 

803 

P3 

DXD 

1 

oAl 

1122 

Do 

ri97 

Uii  ( 

0  I 

PD<i 

1503 

1  3 

P'+J 

I85U 

A)p 

Oh 

440 

2097 

QO 

827 

68 

551 

21 

5 

327  A.R. 

2h 

5 

1*52  P.T. 

25 

28 

239  A.R. 

25 

28 

275  P.T. 

-196  LN„ 

19 

U86  A.R. 

0 

7029  A.R. 

-196  ^ 

19 

686  P.T. 

0 

6276  P.T. 

+  Indicates  measurements  during  cool  down. 
A.R.  -  As-received 
P.T.  -  Post-test 


p  =  It. 331*71  X  10"-'-'*T^  +  2.19691  X  10  -"-^T  -  1.61+011  X  10  (300°K  <  T  <  12l*0°K)  (2) 

o  =  3.03318  X  10"^  fim 

and 

p  =  -1*. 06012  X  lO'-'-V  +  1*. 67093  X  10"-'-°T  -  1.97071  X  10""^  (121*0°K  <  T  <  2570°K)  (3) 

o  =  1.56328  X  10  fim 
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where  p  is  in  fim,  T  is  in    K  and  o  is  the  standard  deviation. 


Numerous  resistivity  studies  have  been  made  on  unalloyed  tungsten  over  the  past  four  decades. 
Moore,  et  al.  (7),  have  shown  that  the  values  of  most  other  investigators  are  within  ±h%  of  their  work; 
however,  each  investigator  is  consistently  above  or  below  their  results  up  to  lUOO  C.     The  results  of 
this  study  are  within  ±1%  of  the  Moore  data  over  the  200      to  lUOO    C  range. 

5.    Discussion  of  Results 
5.1.     Thermal  Conductivity 


The  increase  in  thermal  conductivity  with  temperature  for  refractory  alloys  has  been  shown  to  be 
typical  (2)  even  though  the  constituents  of  the  alloy,  when  considered  alone,  have  a  decreasing  value 
with  temperature.  When  separating  the  total  thermal  conductivity  into  two  components,  phonon  conduc- 
tion (^^)  an<i  electronic  conduction  (X^),  it  can  be  shown  by  the  Wiedemann-Franz-Lorenz  law  that  the 
flow  of  heat  by  electrons  is  the  major  component  and,  therefore,  has  the  greatest  influence  on  the 


temperatiire  dependence  of  the  thermal  conductivity, 
tivity  is: 


An  equation  for  total  (measured)  thermal  conduc- 


X    +  X„ 

e  I 


LT 
P 


A+BT 


where 


and 


X  = 


thermal  conductivity  due  to  electrons 
thermal  conductivity  due  to  phonons 
total  conductivity 
Lorenz  number  =  constant 


=  2.UU3  X  10-8  v2/deg2 


=  absolute  temperature,  K 
=  electrical  resistivity  in  Qm 
and  B  are  constants. 


Since  L  is  virtuEilly  constant  within  a  small  range  of  values,  it  is  generally  considered  constant  for 
the  purpose  of  discussion.    An  analysis  of  the  various  components  of  conductivity  is  shown  in  table  h 
and  figure  7.     The  Xg  curve  has  about  the  same  characteristic  shape  as  the  total  conductivity  curve 
while  the  X£  curve  has  an  inverse  temperature  dependence  (l/T)  similar  to  the  behavior  of  typical 
insulators  in  which  the  bulk  of  the  conductivity  is  by  phonons. 


Table  k. 


Components  of  thermal  conductivity  of  W-26Re 
Wm"-^  deg--^ 


Temp . , 
°C 

X 

e 

\ 

^T 

300 

37.3 

20.2 

57.5 

hOO 

1+0.1* 

17.6 

57.9 

500 

1*3.0 

15.6 

58.6 

600 

ll*.0 

59.3 

700 

1*7.3 

12.7 

60.0 

800 

1*9.2 

11.6 

60.8 

900 

50.8 

10.7 

61.5 

1000 

52.3 

9.9 

62.2 

1100 

53.7 

9.2 

62.9 

1200 

55.0 

8.6 

63.6 

1300 

56.1 

8.1 

61*. 3 

lUOO 

57.2 

7.7 

61*. 9 

1500 

58.3 

7.3 

65.5 

1600 

59.2 

6.9 

66.1 

1700 

60.2 

6.6 

66.7 

1800 

61.0 

6.3 

67.3 

1900 

61.9 

6.0 

67.9 

2000 

62.7 

5.7 

68.1* 

2100 

63.5 

5.5 

69.0 

2200 

6k. 2 

5.3 

69.5 

2300 

61*. 9 

5.1 

70.0 

3  75 


A  computer  program  (see  Appendix)  was  used  to  fit  the  data  to  an  equation  of  the  form  above.  The 
result  obtained  is: 


2.U3xlO-^5^+   ^  -1  _  (5) 

P      7.i»925  X  10  ^  +  7.31*269  X  10 


where    X„  =  Wm  des 
To 
T^  =  °K 

p    =  electrical  resistivity  eq  (1) 
o    =  1*.  58183  Wm-1  deg-1 

5.2.     Electrical  Resistivity 

The  electrical  resistivity  of  the  W-26Re  measured  in  this  program  is  approximately  8%  above  the 
values  reported  by  McElroy  (2)  at  lUOO  C.     Since  McElroy  did  not  report  the  composition  of  the  material, 
an  explanation  for  this  difference  cannot  be  made.     However,  the  data  presented  herein  have  been  shown 
to  be  reproducible  and  hence  have  been  used  in  the  section  above  as  an  aid  in  interpreting  the  thermal 
conductivity  results  and  to  show  that  the  electronic  heat  conduction  is  the  major  portion  of  the  totail 
conductivity . 

Resistivity  data  obtained  for  unalloyed  tungsten  in  this  study  fall  in  a  band  of  values  along  with 
those  of  other  investigators  as  shown  in  figure  6.    The  high  temperature  portion  defined  by  eq  (3)  is 
concave  downward  since  the  second  derivative  is  negative.    This  appears  to  contradict  the  work  reported 
by  Gumenyuk  and  Lebedev  (8)  and  also  that  of  Worthing,  et  al.  (9).     It  is  not  known,  at  this  time 
whether  this  is  real  or  whether  it  is  caused  by  the  increased  scatter  in  the  high  temperature  range. 
R.  P.  Tye  (10)  reports  resistivity  data  on  pure  tungsten  to  1^*50    C  which  has  a  considerably  stronger 
temperature  dependence  and  therefore  greater  departure  from  the  work  of  this  study  and  others  (8,9). 

The  work  reported  by  Moore,  et  al .  (T),  to  lU00°C  gives  two  second  degree  polynomials  with  positive 
second  derivatives.    Their  values  are  within  ±1^  of  this  study  in  the  200      to  lUOO    C  temperature  range. 
However,  Moore  corrected  his  measured  values  for  thermal  expansion  using  an  average  coefficient  of  ex- 
pansion of  5  x  10~^  °C~-'-.    This  correction  amoiints  to  an  increase  of  about  O.lfo  at  lUOO    C  which  does 
not  alter  the  relative  values  significantly.    At  2200    C  the  increase  in  resistivity  amovints  to  1.5% 
for  all  three  curves  shown  when  correcting  for  the  thermal  expansion. 


6.  Conclusions 


The  thenaal  conductivity  of  tungsten-26  w/o  rhenium  has  been  shown  to  be  primarily  due  to  thermal 
transport  by  electrons.     The  lattice  or  phonon  portion  of  the  thermal  conductivity  varies  from  approxi- 
mately 33%  at  300  °C  to  10%  at  2200  °C.    Predictions  of  thermal  conductivity  by  McElroy  (2)  appear  to 
have  been  verified. 

Electrical  resistivity  values  for  W-26Re  and  tungsten  have  been  shown  to  be  reproducible;  compari- 
son of  the  tungsten  values  with  those  of  Moore,  et  al .  (T),  and  others  shows  good  agreement. 
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8 .  Appendix 

Procedure  used  to  derive  the  thermal  conductivity  equation  for  W-Re. 

1.  The  desire  to  fit  the  thermal  conductivity  to  an  equation  relating  it  to  the  electrical  resistivity 
and  to  include  a  term  with  the  proper  temperature  dependence  for  phonon  conduction  required  that 
special  data  reduction  procedures  be  developed. 

2.  The  fact  that  the  precision  in  the  data  appeared  to  vary  as  a  function  of  temperature  suggested 
that  a  method  employing  weighting  functions  be  used. 

3.  The  electrical  resistivity  data  were  treated  first  for  an  analysis  of  variance.     This  showed  the 
variance  to  have  a  temperature  dependence  which  could  be  correlated  with  the  experiment.  The 
characteristic  of  the  furnace  and  power  controller  is  that  temperatures  are  maintained  very  well 
at  high  temperatures  (>  1000      C)  but  relatively  poorly  at  lower  temperatures.     However,  the  un- 
certainties in  the  measurement  of  temperature  increase  at  high  temperatures.    At  very  high  tem- 
peratures (>  2000    C)  the  voltage  drop  measurements  were  not  as  steady  as  at  lower  temperatures. 
This  statistical  approach  is  used  to  obtain  a  weighting  function  which  takes  into  account  the 
experimental  confidence  in  the  data. 

In  this  manner  the  second  degree  polynomial  for  resistivity  as  a  function  of  temperature  was 
derived. 

k.      The  analysis  of  variance  of  the  thermal  conductivity  data  showed  it  to  be  independent  of  temperature 
and,  therefore,  all  data  were  weighted  evenly.    This  may  appear  inconsistent  with  the  statement 
above  on  electrical  resistivity;  however,  when  considering  the  difference  in  the  magnitude  of  the 
error  in  the  measurements  in  the  two  properties,  ±1.5^  for  resistivity  compared  to  ±8%  to  ±10%  for 
conductivity,  one  can  see  that  the  precision  in  any  one  property  would  be  sensitive  to  test  condi- 
tions whereas  the  other  may  not. 

Using  the  equation  for  resistivity  of  W-Re  as  determined  above  and  starting  with  the  classical 
Lorenz  constant,  the  constants  A  and  B  were  determined  from  the  thermal  conductivity  data.     Then  L 
was  increased  in  steps  and  new  values  of  A  and  B  were  obtained.    A  final  analysis  to  minimize  the 
standard  deviation  while  forcing  L  back  to  the  classical  constant  yielded  the  reported  equation. 
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Figure  1.    Design  of  thermal  conductivity  specimen  and  guards. 
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Tungsten  W-26Re 

Figure  2.    Microstructures  of  W-26Re  and  unalloyed  tungsten. 
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Figure  h.     Schematic  of  electrical  resistivity  measurement  system. 
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Figure  5.     Thermal  conductivity  versus  temperature  -for  W-26Re  alloy. 


379 


100 


90 


80 


70 


E 

C  60 


»  50 


.S  40 


30 


20 


V-2 

■ 

S — 

// 

// 

A 

A 

/, 
// 
'/ 

■V— 

o  A 

 5 

A 

/ 

// 

A 
// 

/f 

// 
// 

// 

-w- 

z  OKe   

—  This  work 
-  ORNl  (2) 

—  This  work 
O  ORNL  (7) 

O  TYE  (10)   

Worthing  (9) 
V  Gumenyuk  (8) 

w 

/ 

400        800       1200       1600     2000     2400  2800 
Temperature,  °C 


Figure  6.     Electrical  resistivity  versus  temperature  for  W-26Re  alloy  and  unalloyed  W. 
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Figure  7.     Components  of  thermal  conductivity  vs  temperature  for  W-26Re. 
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Thermal  Conductivity  of  Magnesium  Stannide 

J.  J.  Martin,  H.  R.  Shanks  and  G.  C.  Danielson 

Institute  for  Atomic  Research  and  Department  of  Physics 
Iowa  State  University,  Ames,  Iowa  50010 


The  thermal  conductivity  of  the  semiconductor  Mg2Sn  has  been  de- 
termined in  the  temperature  range  80  to  700°K  from  measurements  of  the 
thermal  diffusivity.    At  low  temperatures  the  therm.al  conduction  is  entirely 
lattice  conduction,  as  shown  by  our  earlier  measurements  from  4  to  300°K. 
At  higher  temperatures,  however,  our  results  show  that  bipolar -electronic 
conduction  (diffusion  and  recombination  of  electron-hole  pairs)  becomes  im- 
portant and  actually  equals  the  lattice  conduction  at  700°K.    The  difference 
between  our  measured  thermal  conductivity  and  the  lattice  thermal  conduc- 
tivity is  in  good  quantitative  agreement  with  the  calculated  bipolar -electronic 
thermal  conductivity,  and  this  agreement  gives  strong  support  to  the  theory  of 
bipolar  conduction  in  semiconductors. 

Key  Words:    Bipolar  conductivity,  lattice  conductivity,  magnesium 
stannide,   semiconductor,  thermal  conductivity,  thermal  diffusivity. 


1.  Introduction 

Mg2Sn  is  a  II-IV  compound  semiconductor  v/ith  the  antifluorite  structure  and  is  a  member  of  the 
Mg2X  family  of  compounds  where  X  can  be  Si,  Ge,  Sn  or  Pb.    Elastic  constants  and  calculated  lattice 
vibration  frequencies  have  been  reported  by  Davis  et  al.  [  1  ] .     The  electrical  properties  of  Mg2Sn 
have  been  reported  by  Winkler  [2]  and  others  [S-STT    Umeda  [6]  and  Grossman  [7]  report  that  the 
electronic  structure  of  Mg2Sn  consists  of  ellipsoids  along  the  [lOO]  directions.    Busch  and 
Schneider  [8]  have  reported  thermal  conductivity  data  on  Mg2Sn  from  77  to  400°K.    Recently,  Martin 
and  Danielson  [9]  measured  the  thermal  conductivity  of  several  Mg2Sn  samples  from  4.  2  to  300°K. 
These  results  indicated  that  below  300°K  lattice  conduction  is  completely  dominant  in  Mg2Sn;  the 
thermal  conductivity  is  proportional  to  from  150  to  275°K.    Above  room  temperature  Mg2Sn  is 

completely  intrinsic  and  the  lattice  conductivity  is  small  (0.  075  V//cm-deg  at  300°K);  hence,  the  elec- 
tronic contribution  should  be  a  large  part  of  the  total  thermal  conductivity.    Therefore,  we  have  ex- 
tended our  measurements  by  a  thermal  diffusivity  technique  to  700''K  in  order  to  determine  the  elec- 
tronic thermal  conductivity  of  Mg2Sn. 

2.    Experimental  Procedure 

The  single  crystal  sample  was  grown  by  a  modified  Bridgman  technique.    The  sample  was 
grown  from  99.  999%  purity  tin  and  from  magnesium  distilled  under  high  vacuum  in  this  Laboratory 
from  99.  99%  purity  starting  material.    The  sample  was  n-type.    Figure  1  shows  the  electrical  re- 
sistivity data  taken  on  the  diffusivity  sample  before  and  after  the  thermal  diffusivity  measurements. 
Figure  1  also  shows  the  Hall  coefficient  of  the  sample  that  was  measured  prior  to  the  thermal  diffu- 
sivity measurements.    The  Hail  data  indicates  that  the  sample  contained  approximately  2.  5  x  10^^ 
cm~2  uncompensated  donors  before  the  thermal  diffusivity  measurements  were  made.    The  change  in 
the  electrical  resistivity  data  after  the  diffusivity  measurements  were  completed  indicates  that  the 
donor  concentration  increased  to  about  3  X  10^^  cm"-^.    The  sample  dimensions  were  4.  30  x  4.  24  X 
20mm. 

We  have  developed  new  instrumentation  so  that  thermal  diffusivity  data  may  be  taken  on  short 
samples  by  our  finite  difference  method.    The  new  data  recording  apparatus  is  similar  to  our  old 
gear  ClO]  except  that  Astrodata  model  120R  amplifiers  are  used  for  D.  G.  amplification  and  a  four 
trace  oscilloscope  is  used  to  record  the  temperature  versus  time  curves.    Typical  pulse  times  are 
5  sec. 


Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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The  sample  was  mounted  in  a  sample  holder  which  contained  Pt  versus  Pt-10%  Rh  and  Cu  versus 
constantan  thermocouples  for  temperature  measurements  above  and  below  room  temperature.  Three 
Cu  wires  were  spark  welded  to  the  sample  at  distances  of  5,  7.  5  and  10mm  from  the  resistance 
wire  heater  wound  on  one  end  of  the  sample.    A  fourth  Cu  wire  was  spark  welded  to  the  opposite  end  of 
the  sample  for  use  as  a  reference  lead.     The  three  Cu  versus  Mg2Sn  versus  Cu  reference  differential 
thermocouples  were  used  to  measure  the  three  temperature  versus  time  curves  in  the  sample.  The 
data  were  taken  in  a  cryostat-furnace  which  could  cover  the  temperature  range  80  to  700°K. 

3.  Results 

Our  thermal  diffusivity  results  are  shown  in  fig.   2.     The  curve  represents  the  best  fit  to  the 
data  and  was  used  to  calculate  thermal  conductivity  values.    The  thermal  conductivity  was  calculated 
from  the  smoothed  thermal  diffusivity,  the  x-ray  density  [ll]  of  3.  592  gm/cm^  and  the  specific  heat. 
The  specific  heat  values  of  Jelinek  et  al.  [l2]  were  used  between  80  and  300°K,  and  the  specific  heat 
values  of  Gschneider  [13]  were  used  between  300  and  700°K.    The  thermal  conductivity  curve  is 
shown  in  fig.   3  along  with  our  low  temperature  thermal  conductivity  data  and  the  earlier  data  of  Busch 
and  Schneider  [8].    Between  80  and  300°K  our  new  data  is  in  good  agreement  with  our  old  thermal  con- 
ductivity data  and  with  the  data  of  Busch  and  Schneider. 

4.  Discussion 

In  a  semiconductor,  heat  may  be  carried  by  the  lattice  (phonons)  and  by  the  charge  carriers 
(electrons  and  holes).     The  total  thermal  conductivity,  K,   can  be  expressed  as  a  sum  of  the  lattice 
conductivity,  K-^,  and  the  electronic  thermal  conductivity.  Kg; 

k=k^+Kl.  (1) 

In  order  to  determine  K  we  must  subtract  Kj^from  the  total  thermal  conductivity.  From  150  to  275°K 
the  thermal  conductivity  of  Mg2Sn  goes  as  T'-'-  which  is  characteristic  of  three  phonon  scattering. 

Since  the  Debye  temperature  is  about  200°K  and  three  phonon  scattering  processes  will  continue 
to  dominate  the  lattice  conductivity  at  higher  temperatures,  we  expect  the  T"^  temperature  dependence 
to  continue.    Mg2Sn  becomes  completely  intrinsic  near  300°K  so  we  expect  the  electronic  thermal  con- 
ductivity to  become  important  above  300°K.    Figure  4  shows  a  plot  of  the  thermal  resistivity  of  our 
sample  (K"l)  versus  T.     The  line  represents  the  K'^  ~  T  extrapolation  of  our  data.     We  will  use  this 
line  as  our  high  temperature  extrapolation  of  the  lattice  conductivity. 

The  electronic  thermal  conductivity,  Kg,  was  obtained  by  subtracting  the  lattice  conductivity, 
K^,  from  the  total  thermal  conductivity.    At   700°K,  K^  Kj^. 

If  we  assume  acoustic  mode  scattering  of  both  the  electrons  and  holes,  the  electronic  thermal 
conductivity  can  be  expressed  as 

K    -(^)'iz^    (4.  AE/kT)^npb  1 
®       ^       ^  (bn  +  p)"^  ^ 

Ineq(2)  k  is  Boltzmann's  constant,  e  is  the  electronic  charge,  AE  is  the  energy  gap  at  temperature  T, 
b  is  the  mobility  ratio  /ig//Lln,  n  and  p  are  the  electron  and  hole  concentrations,  and  O  is  the  electrical 
conductivity.    The  first  term  expresses  the  ordinary  Wiedemann-Franz  law  for  a  non-degenerate 
material.    The  second  term  represents  the  transport  of  the  recombination  energy  of  the  electrons  and 
holes  and  is  called  the  bipolar  contribution  to  the  electronic  thermal  conductivity.     The  bipolar  term  is 
usually  much  larger  than  the  Wiedemann-Franz  term  because  AE/kT  1. 

Winkler  [2]  found  an  energy  gap  of  (0.  36-3  X  10"^T)eV  for  Mg2Sn.    The  ratio,  b,  of  the  electron 
mobility  to  the  hole  mobili'ty  in  the  intrinsic  range  was  found  to  be  1.  20-1.  25  by  Lipson  and  Kahan  [l4] 
and  1.  23  by  Blunt  et  al.  [3].    For  the  calculation  of  Kg  we  shall  use  b  =  1.  23.    In  the  intrinsic  region 
(T  >  300°K  for  Mg2SnT~n=p.    The  solid  line  in  figure  5  shows  the  electronic  thermal  conductivity  cal- 
culated from  eq  2.     The  electrical  conductivity  measured  on  our  sample  was  used  in  the  calculation 
along  with  the  energy  gap  of  Winkler  [2]  and  b  =  1.  23.    The  calculated  and  measured  electronic  ther- 
mal conductivities  agree  to  within  3mW/cm-deg  which  is  about  5%  of  the  total  thermal  conductivity. 
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5.  Summary 


The  thermal  conductivity  of  the  semiconductor  Mg2Sn  has  been  determined  by  thermal  diffusivity 
measurements  between  80  and  700°K.     The  data  between  80  and  300°K  are  in  good  agreement  with  our 
direct  thermal  conductivity  results.    From  150-275°K,  the  thermal  conductivity  goes  as  T~^  which  is 
characteristic  of  high  temperature  lattice  conductivity.    The  electronic  thermal  conductivity  which 
was  determined  by  subtracting  the  extrapolated  lattice  conductivity  from  the  measured  thermal  con- 
ductivity is  in  good  agreement  with  the  calculated  electronic  thermal  conductivity.    At  700°K  the  elec- 
tronic thermal  conductivity  was  equal  to  the  lattice  thermal  conductivity. 
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Figure  2.      The  thermal  diffusivitry  of  Mg  Sn. 
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Figure  3.      The  smoothed  thermal  conductivity  calculated  from  the  thermal  diffusivity  is  shown  with 
the  results  of  our  earlier  thermal  conductivity  measurements. 
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Figure  4.    The  points  show  the  smoothed 
thermal  resistivity  of  our  sample.  The 
straight  line  represents  our  estimate 
of  the  lattice  conductivity. 
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Thermal  Properties  of  SNAP  Fuels' 


C.  C.  Weeks,  M.  M.  Makata,  and  C.  A.  Smith 
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A  Division  of  North  American  Rockwell  Corporation 
P.  0.  Box  309 
Canoga  Park,  California 


The  thermal  conductivity  of  uranium-fueled  zirconim  hydride  was 
obtained  from  thermal  diffusivity,  density,  and  specific  heat  over  the 
composition  range  of  H/Zt  -  1.58  to  1.81  (atomic  ratio).    The  thermal 
properties  measurements  of  SNAP  fuel  materials  was  complicated  by  the 
fact  that  the  hydride  decomposes  at  elevated  temperatures  and  also 
undergoes  phase  changes  in  the  temperature  range  of  interest,  liicer- 
tainties  in  the  phase  diagram  of  the  zirconium  hydride  system  also 
contributed  to  the  difficulties.    Diffusivity  was  measured  by  the 
pulsed  laser  technique.    Enthalpy  and  specific  heat  were  determined 
with  a  high  pressiire  hydrogen  drop  calorimeter.    The  calorimeter  employs 
a  variable  temperature  receiver  to  permit  measurements  to  temperatures 
above  and  below  the  numerous  phase  boundaries  in  the  Zr-U-H  system.  The 
data  on  the  various  properties  measured  were  analyzed  and  plotted  with 
the  aid  of  a  computer  program  and  are  presented  as  functions  of  temper- 
ature and  composition. 

Key  Words:    Calorimeter,  density,  diffusivity,  SNAP  reactor 
fuel,  specific  heat,  thermal  conductivity,  thermal  diffu- 
sivity, thermal  properties. 


1.  Introduction 

The  thermal  properties  of  zirconiiun  hydride  as  a  function  of  composition  and  temperature  are  of 
particular  interest  to  the  SNAP  reactor  program  since  these  reactors  employ  zirconium  hydride  and  uran- 
ium as  a  homogeneous  fuel-moderator.    Thus,  the  thermal  properties  of  this  material,  and  in  particular 
the  thermal  conductivity,  are  essential  to  predict  the  behavior  of  the  moderator  during  reactor  opera- 
tion.   Thermal  conductivity  is  most  readily  obtained  from  the  relation 


X  =  adCp       ,  (1) 


where  a  is  the  thermal  diffusivity,  d  is  the  density  and  Cp  is  the  specific  heat. 

Since  zirconium  hydride  decomposes  at  elevated  temperatures,  studies  of  this  material  are  compli- 
cated by  the  need  to  maintain  composition  during  measurements  by  providing  a  balancing  hydrogen  over- 
pressure which  is  a  strong  function  of  temperature.    To  complicate  the  matter  further,  the  phase 
diagram  for  zirconium  h3^ride  is  complex  and  was  not  well  established  at  atomic  ratios  of  hydrogen  to 
zirconium  of  1.6  and  greater. 

Fig.  1  shows  a  phase  'diagrairi  for  the  zirconium  hjrdride  system.    The'  boundaries  of  the  6  +  e  region 
were  not  well  known  at  the  beginning  of  the  properties  program,  as  indicated  by  the  shaded  bands.  Data 
from  another  program,  concurrent  with  this  one,  to  determine  phase  boundaries,  indicate  the  6  and  e 
boundaries  curve  toward  each  other,  joining  in  the  vicinity  of  450*0.    The  6  boundary  continues  its 
characteristic  curvature  to  higher  H/Zt  ratios  beyond  the  intersection.    Preliminary  resxilts  indicate 
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a  6to  e  boundary  near  yOCC,  for  H/Zt  =  1.81. 


The  dashed  curves  in  the  upper  portion  of  the  figure  delineate  the  equilibrium  hydrogen  pressures. 
The  required  hydrogen  overpressure  sets  a  practical  limit  on  the  maximum  temperature  at  which  the 
material  can  be  used  or  studied.     In  addition  to  the  usual  requirements  of  instrumentation  for  experi- 
mental determination  of  thermophysical  properties,  the  systems  must  be  capable  of  operation  at  hydrogen 
pressures  up  to  about  ten  atmospheres. 

The  samples  for  specific  heat  and  thennal  diffusivity  were  machined  from  adjacent  cuts  of  the  same 
fuel  rod  which,  in  turn,  was  from  the  same  extrusion  of  fuel  alloy  and  contained  the  reference  concen- 
tration of  m.odifier.    Each  sairiple  was  fully  analyzed  before  measurements  were  made*    The  hydrogen 
pressure  was  maintained  at  equilibrium  during  temperature  changes  by  following  the  isochores  [l]^  shovm 
in  Fig.  2. 

Specific  heat  was  measured  using  a  drop  calorimeter  specifically  designed  for  use  with  hydride 
materials.    The  copper  receiver,  into  vdiich  the  samples  were  dropped,  can  be  heated  to  any  predeter- 
mined temperature  up  to  b^O^C  to  avoid  crossing  phase  boundaries  during  sample  cooling.     Also,  hydrogen 
pressure  can  be  maintained  in  equilibrium  with  the  sample  up  to  150  psi.    Ihe  hydrogen  content  of  each 
sample  was  adjusted  to  a  selected  H/Zr  ratio  by  maintaining  the  sample  at  temperature  and  equilibrium 
pressure  in  the  drop  calorimeter  prior  to  each  series  of  drops.    The  method  and  its  limitations  are 
described  further  in  Section  2. 

Thermal  diffusivity  was  measured  by  the  flash  method  using  a  laser  beam  as  the  source  of  energy. 
Samples  for  these  measurements  were  cut  from  material  adjacent  to  the  corresponding  specific  heat  sam- 
ples.   The  hydrogen  content  of  each  sample  was  adjusted  within  the  equipment  to  conform  with  the  same 
isochores  used  for  specific  heat.    The  flash  method  is  described  in  more  detail  in  Section  3. 

Thermal  conductivity  can  be  calculated  from  specific  heat,  thernial  diffusivity,  and  density  by  the 
relationship 

X  =  adCp       .  -  (2) 

The  experim.ental  program  described  in  this  paper  yielded  specific  heat  and  thermal  diffusivity.  The 
thermal  conductivity  was  then  computed  from  these  data  and  from  the  known  density  of  SNAP  fuels  as  a 
function  of  temperature. 

2.    Specific  Heat 
2.1  Technique 

Drop  calorimetry  is  probably  the  simplest  and  most  generally  applicable  method  of  determining  high 
temperature  specific  heats.    In  principle,  the  method  consists  of  determining  the  enthalpy  change  in  a 
material  by  measuring  the  heat  absorbed  in  a  cool  receiver  after  it  receives  a  heated  sample.    The  spe- 
cific heat,  Cp,  of  the  sample  is  then  obtained  from  the  relation 

=  M 
'^p  dT 

The  most  serious  limitation  of  this  method  is  that  cooling  of  the  sample  may  be  too  rapid  to  permit 
phase  changes  so  that  the  sample  is  quenched  in  a  non-equilibrium  state  and  evolves  less  heat  than 
equilibrium  conditions  would  yield.     To  eliminate  this  problem,  the  caloi-imeter  was  designed  so  that 
the  receiver  could  be  maintained  up  to  650''C,  thus  eliminating  the  necessity  for  dropping  through  phase 
boimdaries . 

In  the  experimental  procedure,  the  samples  were  heated  to  a  predetermined  temperature,  T,  in  an 
atmosphere  of  hydrogen  maintained  at  the  equilibrium  dissociation  pressure.    The  samples  were  then 
dropped  (under  gravity  with  electromagnetic  braking)  into  the  massive  copper  receiver  maintained  at  a 
suitable  lower  temperature,  T^,;  the  hydrogen  overpressure  was  also  re-adjusted  to  maintain  a  constant 
fuel  composition.    The  loss  of  heat,  Q(T),  by  the  sample  results  in  a  small  temperature  increase,  6(T), 
in  the  receiver  which  was  measured  by  a  themopile.    The  specific  enthalpy,  H,  of  the  sample  at  tempera- 
ture, T,  relative  to  Ty,  is  then  given  by 

H(T)  =  Slli=       6(T)  ^       ,  ik) 


Figiires  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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when  m  is  the  mass  of  the  sample,  Cj.  is  the  specific  heat  of  the  receiver,  and  M  is  the  mass  of  the 
receiver.    By  making  drops  from  several  sample  temperatures,  the  specific  enthalpy  was  determined  as  a 
fimction  of  temperature 

H  =  ao  +  a^T  -t-  a^f  +8^7+  ,  (5) 

The  specific  heat,  c^,  was  then  determined  from  the  derivative  of  eq  (5)  with  respect  to  temperature, 

Cp  =  ai   +  2ae  T  +  3aa      +  .  (6) 

The  values  of  H  and  c    were  determined  by  the  use  of  computer  techniques. 


2.2  Apparatus 
a.  System 

The  drop  calorimeter  used  for  obtaining  specific  heat  during  this  program  was  designed  and  con- 
structed by  the  Dynatech  Corporation  for  Atomics  International.    Fig.  3  is  a  cross  section  of  the 
calorimeter,  simplified  for  clarity.    The  three  basic  parts  of  the  apparatus  are  the  furnace,  the 
trsinsition  zone,  and  the  receiver. 


b.  P\imace 

The  furnace  is  molybdenum  wound  with  aluminum  oxide  insulation  and  molybdenum  radiation  shields 
adjacent  to  the  furnace  winding.    The  central  portion  of  the  furnace  is  lined  with  a  thick-walled  iron 
tube  to  flatten  the  temperature  profile.    The  temperature  is  controlled  and  monitored  by  Geminol  ther- 
mocouples, which  are  relatively  insensitive  to  the  hydrogen  environment. 


c.    Transition  Zone 

The  transition  zone  is  heated  to  reduce  heat  loss  from  the  receiver  along  its  supporting  coluim. 
It  also  contains  a  pair  of  movable  heat  shields  to  reduce  convection  losses  from  the  receiver  and  to 
prevent  furnace  radiation  from  reaching  the  receiver.    These  heat  shields  are  actuated  by  rotary  sole- 
noids and  are  opened  and  closed  quickly  during  a  drop  to  allow  the  sample  to  pass  through  the  transi- 
tion zone. 

d.  Receiver 

The  receiver,  which  is  a  copper  cylinder  weighing  about  100  pounds,  is  vacuum  insulated  and  is 
thermally  shielded  by  a  surrounding  copper  shell  or  receiver  guard  maintained  at  the  receiver  tempera- 
ture.   The  transition  zone  heaters  and  the  receiver  guard  heaters  are  differentially  controlled  with 
reference  to  the  receiver  temperature  so  that  they  follow  it  and  maintain  receiver  losses  at  a  very  low 
value.    By  proper  adjustm.ent  of  the  guard  and  the  transition  zone  temperatures,  it  is  possible  to  ob- 
tain receiver  time  constants  of  several  hours.    The  receiver  contains  a  dual-purpose  heater.    It  is 
used  to  heat  the  receiver  during  electrical  calibrations  and,  when  it  is  desirable,  to  raise  the 
receiver  temperature  to  avoid  dropping  through  phase  boundaries.    The  temperature  rise  of  the  receiver 
following  a  sample  drop  is  determined  by  means  of  a  thermopile  consisting  of  ten  chromel-alimel  couples. 


e.    Temperature  Control 

Temperature  sensing  for  control  purposes  is  provided  by  chromel-alumel  thermocouples  throughout 
the  calorimeter  except  in  the  furnace.    Geminol  thermocouples  were  used  in  the  furnace  for  control  and 
monitoring  because  they  are  relatively  insensitive  to  hydrogen  throughout  their  temperature  range. 

Furnace  control  is  provided  by  a  null-balance  type  controller  with  a  controlled  rectifier  output. 
The  temperature  profile  in  the  furnace  is  controlled  manually  by  adjustment  of  a  secondary  heater  to 
correct  for  end  losses. 

The  control  thermocouples  for  both  the  transition  zone  heater  and  the  receiver  guard  are  connected 
differentially  to  themocouples  mounted  on  the  receiver.    These  controllers  are  also  the  null-balance 
type  with  band  width  control  to  minimize  temperature  overshoot. 


389 


f .    Drop  Mechanism 


The  drop  mechanism  permits  multiple  drops  of  a  sample  without  opening  the  furnace.    When  in  place, 
the  sample  is  supported  by  a  molybdenum  wire  attached  to  a  magnetic  armature  which  travels  inside  a 
nonmagnetic  thimble  located  above  the  furnace.    The  armature  is  supported  by  a  matching  set  of  pole 
pieces  and  permanent  magnets  that  fit  the  outside  of  the  thimble.    The  magnet  assembly  is  driven  up  or 
down  the  thimble  by  means  of  a  linear  AC  motor. 

g.  Safety 

Several  safety  precautions  were  taken  to  minimize  the  possibility  of  a  hydrogen  conflagration.  The 
entire  outside  vessel  was  traced  with  cooling  water  tubes  to  maintain  the  seals  near  room  temperature 
and  to  cool  any  gas  which  might  leak  out.    A  large  hood  was  installed  above  the  calorimeter  and 
exhausted  continuously  to  prevent  the  chance  of  hydrogen  buildup  in  the  laboratory, 

A  second  exhaust  system,  vented  to  the  outside  of  the  building,  was  installed  on  the  calorimeter. 
During  operation,  it  was  continuously  purged  with  argon.    Hydrogen  from  the  calorimeter  was  exhausted 
through  this  system.     System  pressures  of  one  atmosphere  and  less  were  pumped  into  the  vent  with  a 
mechanical  vacuum  pump,  but  gases  in  the  calorimeter  at  pressures  above  one  atmosphere  were  exhausted 
by  a  quick  release  mechanism.    This  mechanism  bypasses  the  vacuum  system  and  consists  primarily  of  a 
solenoid  valve  for  quick  release  and  a  check  valve  to  prevent  impurities  from  backstr earning, 

2.3  Calibration 

Before  the  calorimeter  could  be  used,  it  had  to  be  calibrated  to  determine  the  response  of  the 
receiver  to  an  addition  of  heat. 

The  relationship  for  the  electrical  calibration  is 

h  =  Jfildt  =  jE(e)l(e)  ^  de        ,  (?) 

where 

h  =  heat  gained  by  the  receiver 

E  =  potential  drop  across  the  calibration  heater 

I  =  calibration  heater  current 

e  =  thermopile  emf 

t  =  time. 

From  eq  (7)  we  obtain: 

g=E(e)l(e)§       ,  (8) 

v^ere  dl/de  is  the  receiver  characteristic  vrfiich  must  be  determined  to  calibrate  the  receiver  since  it 
gives  the  heat  input  for  an  observed  change  in  thermopile  emf.    To  determine  dh/de,  power  is  applied 
continuously  to  the  receiver,  and  E,  I,  e,  and  t  are  measured  at  regular  intervals  over  the  desired 
range  of  receiver  temperatures.    Values  of  dh/de  are  then  computed  from  eq  (8)  preferably  by  a  com- 
puter program.    To  perfom  the  electrical  calibration,  power  was  supplied  to  the  receiver  heater  from 
a  voltage-regulated,  solid-state  power  supply.    The  heater  current  was  determined  by  reading  the 
potential  drop  across  a  0,01^  shunt  with  a  precision  potentiometer.     The  voltage  across  the  heater  was 
measured  with  a  potentiometer  using  probes  connected  directly  to  the  heater  terminations.    The  receiver 
response  was  obtained  by  a  thermopile  consisting  of  ten  chromel-alumel  thermocouples.     The  thermopile 
junctions  were  imbedded  in  the  outer  surface  of  the  receiver  so  that  they  would  not  be  in  hydrogen. 
The  heater  voltage  was  held  constant  at  10  voltsj  current  was  approximately  4«46  amperes  when  the 
receiver  was  near  room  temperature.    The  receiver  heating  rate  was  about  10**C  per  hour.     The  hydrogen 
pressure  in  the  receiver  was  kept  at  one  atmosphere  during  the  calibration. 

Originally  an  electrical  calibration  was  made  for  the  receiver  temperature  range  of  room  tempera- 
ture to  350*0,  using  a  single  thermocouple  on  the  receiver.    These  results  were  compared  to  a  predicted 
calibration  curve  obtained  by  multipljdng  the  mass  of  the  receiver  by  the  specific  heat  of  copper, 
assuming  a  linear  thermocouple  response.    The  electrical  calibration  exhibited  deviation  of  about  2,% 
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from  the  predicted  curve.  Short  runs  at  various  receiver  temperatures  duplicated  the  original  data  quite 
well,  so  that  it  was  concluded  that  the  general  shape  of  the  experimental  curve  was  real.    It  showed  a 
direct  relationship  to  deviations  from  linearity  of  the  thermocouple  output  as  a  function  of  tempera- 
ture, amounting  to  about  ±  30  microvolts.    This  effect  is,  of  course,  a  property  of  the  thermocouple 
materials  and  is  repeatable. 

In  addition  to  deviations  caused  by  the  characteristics  of  the  thermocouple  materials,  there  was 
scattering  of  data,  but  to  a  much  lesser  degree.    It  was  determined  that  an  error  of  one  microvolt,  in 
a  thermocouple  reading,  resulted  in  about  a  1%  change  in  the  value  dh/de.    Since  the  potentiometer  used 
to  measure  the  theraocouple  output  could  be  read  only  to  one-half  microvolt,  it  v/as  concluded  that  a 
single  thermocouple  was  not  sensitive  enough  to  maintain  the  desired  accuracy  during  drop  tests  at  the 
lower  end  of  the  temperature  range.    In  order  to  increase  the  receiver  thermocouple  output  to  an  accept- 
able value,  it  was  decided  to  replace  the  single  couple  by  a  ten-element  chromel-alumel  thermopile. 

Because  the  phase  boundaries  for  the  6  +  e  region  had  not  been  established,  as  indicated  by  the 
shaded  regions  in  Fig.  1,  all  drops  were  made  to  room  temperature.  Thus,  the  ten-element  thermopile 
was  calibrated  only  for  a  short  temperature  range  of  34°  to  50°C. 

The  dh/de  values  for  the  receiver  are  relatively  constant  for  these  short  spans  and  are  given  as 
average  values  in  Table  1. 


Table  1.    Receiver  Calibration  dh/de  ( Joule s/millivolt) 


Receiver 
Temperature 

Electrical 

Copper  Drops 

Calculated 

dh/de 

34  "-sec 

4.1883 

4.2522 

4.22 

Five  calibration  drops  were  made  to  room  temperature  values  from  temperatures  between  200"  and 
600'"C,  using  a  135.6  gm  sample  of  copper.    The  receiver  was  at  a  slightly  higher  temperature  for  each 
successive  drop,  but  remained  within  the  34°  to  50°C  range  selected  for  electrical  calibration.  The 
average  dh/de  value  for  the  copper  drops  is  shown  in  Table  1.    The  specific  heat  data  for  the  copper 
sample  was  taken  from  literature  values  [2]. 

Calculated  values  were  obtained  by  multiplying  the  mass  of  the  receiver  by  the  specific  heat  of 
copper,  assuming  a  linear  thermocouple  response.     This  was  not  perform.ed  as  a  precise  calibration  but 
to  predict  the  approximate  results  from  the  experimental  calibration. 

2.4    Measurement  Technique 

Each  zirconium  hydride  sample,  before  a  series  of  drops,  was  placed  in  the  calorimeter  and  the 
system  pumped  to  a  vacuum  of  approximately  1.3  x  10"-^  Nm~'^  at  room  temperature.     Then,  after  several 
purges  of  ultrapure  hydrogen,  sample  temperatures  were  raised  to  values  which  insured  relatively  short 
equilibration  periods.    The  samples  were  then  maintained  at  the  correct  temperature  and  hydrogen  pres- 
sure for  adequate  periods  of  time  to  insure  no  more  than  small  fractional  percentage  deviations  from 
the  preselected  H/Zr  ratios. 

Qice  the  sample  had  been  conditioned  in  the  calorimeter,  it  was  subjected  to  a  series  of  drops 
from,  furnace  temperatures  ranging  from  about  200°C  to  900°C,  except  for  H/Zr  1.81  in  which  case  the 
upper  tem.perature  was  restricted  by  the  ten-atmosphere  hydrogen  pressure  limitation  placed  on  the 
calorimeter. 

When  the  sample  was  dropped  from,  the  furnace,  the  heat  shields  in  the  transition  zone  were  opened 
long  enough  to  permit  passage  into  the  receiver.     The  emf  output  from  the  receiver  thermopile  was  then 
read  with  a  potentiometer  to  determine  the  receiver  temperature  and  the  temperature  rise.    The  thermo- 
pile emf  was  recorded  at  regular  increments  of  time  to  establish  when  the  sample  and  receiver  reached 
thermal  equilibrium  and  to  check  the  time  constant  of  the  receiver.    Normally  the  system  was  adjusted 
to  give  the  receiver  a  thermal  relaxation  period  of  several  hours. 

In  most  cases  the  sariple  cooled  rapidly  enough  in  the  receiver  following  a  drop  to  maintain  com- 
position without  adjusting  the  hydrogen  pressure.    At  several  of  the  higher  temperatures,  the  hydro- 
gen pressure  was  reduced  during  the  sample  cooling  to  maintain  composition. 

2.5    Data  Reduction 

To  determine  specific  heat  for  each  composition  of  zirconium  hydride,  each  series  of  drops  was 
analyzed  to  obtain  the  enthalpy  change  for  each  drop.    These  data  were  then  machine-fitted  to  a 
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poljmominal  expression  of  enthalpy.  The  expression  for  enthalriy  was  then  differentiated  to  obtain  an 
expression  for  specific  heat. 

The  enthalpy  change  for  each  drop  is  given  by  the  expression  -    .  . 


where 

H(T,9g)  =  enthalpy  per  unit  mass  from  T  to  % 

02  =  the  receiver  temperature  after  cooling  of 
the  sample 

ej  =  therm.opile  emf  before  the  drop  • .  • 

eg  =  thermopile  emf  after  cooling  of  the  sample 

Sijice  the  initial  receiver  temperature  changes  with  each  drop,  a  correction  must  be  made  to  nor- 
malize all  droDS  in  a  particular  series  to  the  same  receiver  temperature,  % .    A  further  correction  is 
required  due  to  the  molybdenum  wire  suspension  system.    The  mass  of  the  wire,  m^^,  is  small  compared  to 
that  of  the  sample;  therefore,  its  average  specific  heat,  Jl^,  may  be  used  to  determine  its  heat  contri- 
bution over  the  temperature  range  T  to  63.     Upon  applying  these  corrections,  the  expression  for  the 
enthalpy  change  of  the  sample  becomes 


H(T,eo)=if  (^-e,)-m^C^(T-e,).-f|^^  ,  (10) 

where  dH/dQ\%  is  the  specific  heat  of  the  sample  at  %  and  %  is  the  thermopile  emf  at  6©. 

Since  the  average  initial  receiver  temperature  was  approximately  34°C,  all  data  were  adjusted  to 
9o  =  34*'C.    The  specific  heat,  dH/d9,  was  obtained  from  earlier  work  [3]  in  which  pulse  heating  was 
used.    Since  specific  heat  is  the  derivative  of  enthalpy,  with  respect  to  temperature,  the  use  of  34**C 
rather  than  0"  as  the  reference  tem.perature  does  not  affect  its  value. 


2,6    Enthalpy  and  Specific  Heat 

Enthalpy  for  each  of  the  four  compositions.  1.58,  1.65,  1.70,  and  1.81,  was  determined  by  a  least 
squares  fit  of  the  polynomial  expression,  eq  (5),  to  the  experimental  data.    The  curves  for  the  enthalpy 
change,  with  reference  to  34*'C,  are  shown  in  Fig.  4. 

The  specific  heat  is  the  first  derivative  of  the  enthalpy;  thus,  it  is  expressed  as  a  second  degree 
poljmomial.      The  curves  of  the  specific  heat  for  the  four  compositions  are  shown  in  Fig.  5. 

The  boundaries  between  the  6  and  e  regions  had  not  been  well  defined  before  these  measurements  were 
made.    Therefore,  some  of  the  curves  may  include  heat  of  transformation  from  one  phase  to  the  other. 
It  is  believed  that  any  boundary  that  was  crossed  in  this  work  had  a  very  small  heat  of  transformation, 
since  it  was  not  apparent  from  the  enthalpy  data,  and  could  be  neglected  in  a  second  degree  expression 
for  specific  heat. 

The  enthalpy  data  were  also  fitted  to  a  fourth  degree  polynomial  to  determ.ine  if  any  subtle  effects 
could  be  detected  as  a  result  of  crossing  phase  boundaries.    In  comparing  the  probable  error  of  the 
coefficients,  a  midtemperature  range  effect  for  the  1.65  and  1.70  samples  and  a  higher  temperature  range 
effect  for  the  1.81  sample  were  noticed  where  the  probable  error  became  greater  than  the  coefficient. 
Derivatives  of  these  expressions,  giving  a  third  degree  equation  for  specific  heat,  gave  S  curve  con- 
figurations for  the  specific  heat  of  1.65  and  1.70.    Even  though  these  results  are  not  conclusive,  they 
do  have  a  correlation  with  preliminary  results  from  the  phase  study  program  indicating  curvature  of  the 
6  to  €  phase  boundary  and,  thus,  there  may  be  a  small  effect  on  the  specific  heat  values  determined  in 
this  program. 

3,    Thermal  Diffusivity 

Thermal  diffusivity  measiu-ements  were  made  on  1.58,  I.65,  and  1.70  H/Zr  materials  using  the  pulsed 
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laser  method  [4].     In  this  method,  thermal  diffusivity  is  determined  from  the  temperature  history  of  the 
rear  face  of  a  vrafer,  following  a  pulse  of  energy  impinging  on  the  front  face.    For  valid  results,  the 
folloirring  conditions  must  hold:    the  energy  impulse  must  be  imiformly  distributed  over  the  face  of  the 
wafer;  the  duration  of  the  pulse  must  be  negligibly  small  compared  to  the  characteristic  rise  time  of 
the  specimen;  and  heat  losses  must  be  sufficiently  small  so  that  the  energy  transfer  is  axially  directed 
through  the  wafer  and  the  specimen  temperature  is  independent  of  heat  losses  for  a  period  long  compared 
to  the  transient  time.    When  the  above  conditions  are  satisfied,  thermal  diffusivity,  a,  can  be  obtained 
from  the  simple  expression: 


^  0.139  ^ 

^  ti 

2 


(11) 


where  i  is  the  specimen  thickness  and  tl  is  the  half-time,  or  the  time  required  to  reach  half  the  maxi- 
mum temperature  rise,  following  the  pulse  of  energy.    Where  heat  losses  from  the  specimen  are  signifi- 
dant  or  where  the  duration  of  the  pulsed  energy  is  not  sufficiently  short,  techniques  have  been  devel- 
oped [5j6]  for  applying  the  necessary  corrections  to  the  coefficient  given  in  the  above  expression. 


3.1    Apparatus  and  Method 

The  apparatus  and  method  used  in  determining  the  thermal  diffusivity  of  hydrides  have  been  reported 
previously  [3j7]>  so  that  only  a  brief  description  will  be  given  here.    Figure  6  is  a  schematic  diagram 
of  the  apparatus. 

The  specimens  were  in  the  form  of  small  discs  nominally  6.4  x  10  -^m  diameter  and  with  thicknesses 
as  shown  in  Table  2.    The  specimen  was  mounted  in  a  stainless  steel  holder  by  means  of  three  pins 
located  equidistant  around  the  circumferential  edge.    Geminol  theraiocouple  wires,  7.6  X  10-^  diameter 
(3-mil),  were  spot-welded  to  the  center  of  the  back  face,  approximately  1.5  x  10~^m  apart.    The  speci- 
men holder  was  then  placed  within  a  stainless  steel  tube  furnace,  which  was  designed  to  contain  h37dro- 
gen  gas  atmospheres  to  pressures  in  excess  of  8  x  10^  N/m^  (6000  torr)  at  temperatures  up  to  about 
lOOCC.    The  system  could  be  evacuated  to  <  3  x  10"^  N/m^  (<  2  x  10~°  torr)  and  back-filled  with  ultra- 
pure  hydrogen  gas.    Gas  pressure  was  measured  with  Wallace  and  Tieman  0  -  6.7  x  10-^  N/m^  (0  -  50  torr) 
and  U.  S.  Gauge  Co.  0  -  8  x  10^  N/m^  (0  -  6000  torr)  precision  dial  gauges. 


Table  2.    Thermal  Diffusivity  Specimen  Data 


H/Zr 

Specimen  No. 

Thickness  (m)  x  10"J 

1.59 

1 

1.920 

2  • 

1.895 

1.65 

1 

1.869 

2 

1.874 

■  3 

2.581 

1.70 

1 

1.816 

2 

1.849 

3 

1.984 

In  order  to  maintain  the  composition  of  the  material  being  measured,  the  specimen  was  first  heated 
to  temperatures  greater  than  600''C  and  allowed  to  equilibrate  with  the  proper  hydrogen  overpressure  in 
the  system.    Diffusivity  measurements  were  then  made  at  selected  temperature  intervals,  generally  diiring 
the  cooling  cycle.    When  the  specimen  temperature  was  stabilized  at  a  given  level,  the  front  face  was 
heated  with  a  short  pulse  from  the  laser  and  the  output  of  the  thermocouple  was  displayed  on  an  oscil- 
loscope and  recorded  on  photographic  film. 

3.2    Results  and  Discussion 

The  data  obtained  for  the  three  H/Zt  compositions  were  fitted  to  least  squares  polynominal  equa- 
tions of  the  form: 

a  =  Ao  +        +  AgO^  +  AaQ^  +  ,  (12) 


where  a  is  in  cm^/sec,  using  a  digital  computer.  In  each  case,  a  third  degree  poljTiominal  was  found  to 
fit  the  data  best.    Graphs  were  also  obtained  by  means  of  the  computer,  as  shown  in  Fig.  7.    The  1.81 
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H/Zt  material  was  not  measured  in  the  present  work,  since  the  data  obtained  previously  [3j7l  were  con- 
sidered accurate.     The  1.81  data,  however,  are  presented  here  since  they  were  used,  along  with  the 
specific  heat  data,  in  calculating  the  thermal  conductivity  of  the  1.81  H/Zt  material. 

Two  1.58  H/Zt  specimens  were  measured.    One  specimen  only,  however,  was  measured  over  the  entire 
temperature  range  shown.    The  second  specimen  gave  values  which  were  in  good  agreement  with  those  of  the 
first  specimen,  at  the  high  temperature  end,  i.e.,  >  860*'C.    During  the  cooling  cycle,  however,  the  back 
face  temperature  transients  were  observed  to  be  anomalous.    Exam±nation  of  the  specimen  after  the  run 
indicated  the  presence  of  hair-line  cracks,  which  could  account  for  the  anomalous  behavior.    The  remain- 
ing 1.58  H/Zt  specimens  available  for  testing  were  also  found  to  contain  fine  cracks,  so  that  no  fur- 
ther measurements  could  be  made  on  the  1.58  H/Zr  composition.    Since  previous  examination  of  the  speci- 
mens, using  gamma  graph,  showed  no  apparent  flaws,  it  seems  possible  that  the  material  is  susceptible  to 
structural  degradation  during  storage.    The  apparent  inflection  in  the  curve  at  about  600°C  was  not 
expected,  since  no  phase  boundary  is  known  in  the  temperature  range  covered.    Fine  cracks  form.ing  at 
high  temperatures  might  account  for  the  anomaly. 

The  1.65  H/Zt  curve  in  Fig,  7  represents  measurements  made  on  three  specimens  in  the  range  of  room 
temperature  to  900*0.     The  individual  curves,  for  each  of  the  three  specimens  (not  shown  here)  were 
vdthin  a  ±  2%  band  over  the  entire  temperature  range.     There  is  an  inflection  in  the  curve  near  300*0; 
this  would  be  compatible  with  a  6  +  e      6  phase  boundary  at  about  300*0  for  the  1.65  H/Zt  composition. 

The  results  of  measurements  in  the  room  temperature  to  870*C  range,  on  three  1.70  H/Zt  specimens, 
are  shown  in  Fig.  7.  The  curves  for  each  specimen  (not  shown  here)  fell  within  a  ±  1.5^  band  over  the 
entire  temperature  range.  The  inflection  in  the  curve  at  about  500*0  suggests  a  phase  change;  the  6  + 
e  6  boundary  at  approximately  this  tem.perature  for  the  1.70  H/Zt  composition  would  be  in  accord  with 
this  implication. 

The  thenral  diffusivity  of  1.81  H/Zr  material,  as  reported  previously  [3>7],  is  included  in  Fig.  7. 
The  values  represent  the  "best  data"  from  measurements  made  in  a  joint  program  by  Atom.ics  International 
and  Battelle  Memorial  Institute. 


3.3    Summary  and  Conclusions 

The  1.65  and  1,70  H/Zt  materials  gave  nearly  identical  thermal  diffusivity  values  over  most  of  the 
temperature  range  covered.    The  diffusivity  versus  temperature  curve  for  1.70  H/Zr,  however,  deviates 
from  the  curve  for  I.65  H/Zr  at  the  lower  temperatures,  the  values  for  1.70  H/Zr  being  about  1.5/^  lower 
at  room  temperature.     The  lower  values  for  1.70  H/Zt  in  the  lower  temperature  region  is  not  unexpected 
since  two  phases,  6  and  e,  are  presiamed  to  be  present,  whereas  the  I.65  H/Zr  is  expected  to  be  single- 
phased  down  to  room  temperature. 

The  diffusivity  of  the  1.58  H/Zr  material  is  lower  than  those  of  the  1.65  and  1.70  H/Zt  materials, 
by  approximately  11^,  over  most  of  the  temperature  range  covered.    Near  room  temperature,  however,  the 
values  for  1.70  and  1.58  are  nearly  equal.     The  best  data  for  the  1.58  H/Zt  material  in  the  region 
above  700*C  would  probably  be  an  extrapolation  of  the  curve  obtained  in  the  room  temperature  to  700*0 
interval. 


4.     Thermal  Conductivity 

Since  the  thermal  conductivity,  X,  of  hydrides  cannot  be  measured  directly  with  m.eaningful  results, 
it  was  calculated  from  the  relationship 

X  =  adCp       ,  (13) 

where  a,  c^,  and  d  are  the  thermal  diffusivity,  specific  heat,  and  density. 

The  variation  of  the  densities  of  SNAP  fuel  with  temperature  were  determined  from  earlier  thermal 
expansion  measurements  [8]  obtained  on  compositions  ranging  from  1,70  H/Zt  to  1.81  H/Zt.  Isotropic 
expansion  was  assumed  since  all  specimens  used  in  both  studies  were  polycrystalline  and  were  subjected 
to  high  temperatures  before  measurements.    Values  of  the  ratio,  R,  of  the  density  at  temperature,  6, 
to  the  density  at  0*C  were  obtained  from  linear  expansion  measurements  on  each  composition.    The  ratios 
obtained  (more  than  lUU  values  in  each  case)  were  fitted  to  polynomials  by  a  least  squares  method.  The 
polynomials  obtained  for  the  density  ratios  of  1.70  H/Zr  and  1.81  H/Zr  were  found  to  be: 

=  1  -  1.78  ^  lo'^e  -.3.31  •  io"^e^  +  2.3  •  lo'-'^e^     ,  (14) 
=  1  -  2,6  •  lo'^e  -  1.64  •  io"^e^      ,  (15) 

with  standard  deviations  of  0.00015  and  0.00009,  respectively. 
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The  ratio  at  900<»C  for  1.70  H/Zt  was  found  to  be  only  0.0155^  more  than  that  of  1.73  H/Zt  and  0.1% 
less  than  that  of  zirconium,  so  that  it  was  considered  reasonable  to  use  the  1.70  H/Zt  expression  for 
1,58  H/Zt  and  1.65  H/Zt  as  well.    The  error  introduced  into  the  conductivity  values  for  the  two  lower 
compositions  will  thus  be  considerably  less  than  0.7^  and  probably  near  0.02^. 

In  general,  data  points  of  enthalpy  and  thermal  diffusivity  were  obtained  at  different  temperatxires. 
Therefore,  values  of  specific  heat,  thermal  diffusivity,  and  density  were  calculated  at  10°C  intervals 
for  the  required  temperature  ranges  from  the  polynomial  expressions  for  these  quantities.    Thermal  con- 
ductivity was  then  obtained  at  each  of  the  temperatures  as  the  product  of  the  three  quantities.  The 
resulting  values  were  then  subjected  to  a  polynomial  least  squares  treatment  which  yielded  fourth-degree 
polynomials  as  the  best  fit  in  each  case. 

The  thermal  conductivities  obtained  in  this  study  are  given  in  Fig.  8.    The  unusual  shape  of  the 
curve  obtained  for  the  1.58  H/Zr  composition,  as  compared  with  the  curves  for  the  other  compositions, 
is  due  to  two  factors.    First,  the  specific  heat  for  1.58  H/Zr  (Fig.  5)  appears  to  be  almost  a  para- 
bolic function  of  temperature,  whereas,  the  specific  heats  for  the  other  compositions  vary  almost 
linearly  with  temperature.    Secondly,  the  diffusivity  decreases  more  rapidly  in  the  low  temperature 
region  for  1.58  H/Zr  fuel  than  it  does  for  the  other  compositions. 
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Figure  3,    Cross  section  draving  of  the 
drop  calorimeter. 
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Figure  4.     Enthalpy  for  third  degree  fit 
for  H/Zr  fuel. 
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Figure  6.     Schematic  drawing  of  system  for 
measuring  diffusivity. 
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Figure  8.    Thermal  conductivity  of  H/Zr  fuel. 
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Ihermal  Conductivity,  Diffusivlty,  and 
Specific  Heat  of  Calcium  Tungstate 
from  77°  to  300°K 
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Ihermal  conductivity  and  diffusivity  have  been  measured  by  a  simultaneous  method 
on  a  single  crystal  of  calcium  tungstate  containing  approximately  0.5  mole  per  cent 
of  neodymium.    These  data  were  used  for  calculation  of  c    throughout  the  temperature 
range  80-300°K.    Thermal  conductivity  was  found  to  obey  ?he  relationshic  X  =  822/T 
fran  80°  to  l80°,  and  remains  nearly  constant  at  ^4.1  W  m--"-  deg-^  from  l80°  to  300°. 
Thermal  diffusivity  decreases  smoothly  fron  17  X  10-Dm2/s  at  80°  to  2.5  X  10-%2/s 
at  200°  and  1.4  X  10-6m2/s  at  300°.    The  Debye  temperature,  estimated  from  specific 
heat  values  below  200°,  is  approximately  570°K.    At  300°K  Cp  is  about  15%  greater 
than  Cv,  which  is  consistent  with  the  known  large  coefficient  of  theimal  expansion 
of  calcium  tungstate. 


Key  Words:    Calcium  tungstate,  conductivity,  Debye  temperature,  diffusivity, 
heat  conductivity,  laser  material,  neodymium,  specific  heat  capacity,  thermal 
conductivity,  therinal  diffusivity,  thermal  properties. 


1.  Introduction 

Phase  changes  and  other  optical  distortions  which  result  from  transient  thermal  phenomena  in 
lasers  have  been  discussed  in  a  number  of  experimental  and  analytical  studies  [1-5]  .    For  rigorous 
treatment  of  the  experimental  data,  and  for  predictive  use  of  the  analytical  results,  it  is  necessary 
that  a  detailed  tenperature  distribution  within  the  laser  rod  be  available.    Once  the  thermal  diffusi- 
vity, a,  is  known,  this  distribution  can  readily  be  determined,  using  standard  techniques  of  heat-flow 
analysis . 

Unfortunately,  thermal  diffusivity  has  been  measured  for  only  a  few  laser  naterials.  Computation 
of  a  (a  =  X/c  d,  where  X  is  the  thermal  conductivity,  c    is  the  specific  heat,  and  d  is  the  density)  is 
also  frequently  impossible  because  some  of  the  necessary  data  are  also  not  available.    Computation  also 
involves  a  risk  of  error,  since  measurements  of  X,  c  ,  d  have  most  often  been  performed  on  different 
sanples  and  under  differing  conditions.  ^ 

We  present  here  the  results  of  simultaneous  measurements  of  the  thermal  conductivity  and  diffusivi- 
ty of  a  specimen  of  neodymlum-doped  calcium  tungstate.    Prom  these  data,  we  have  calculated  the  specific 
heat  capacity  in  the  range  from  80°K  to  300°K,  and  estimated  the  Debye  temperature.    It  is  hoped  that 
publication  of  these  results  will  make  easier  the  prediction  and  analysis  of  transient  phenanena  in 
lasers  made  from  this  material. 


2.  Experimental 

2.1   Method  and  Apparatus 

Details  of  the  experimental  method  have  been  published  [6]  and  are  only  sunmarized  here.    The  appa- 
ratus was  of  the  type  used  for  conventional  steady-heat-flow  measurements  of  thermal  conductivity.  A 
rod-sh^ed  specimen  was  mounted  vertically  atop  a  steel  planue,  which  was  firmly  secured  to  a  heavy 
ccpper  heat  sink.    A  fine-wire  heater  was  wound  directly  on  the  sanrole  at  its  upper  end,  and  two  80-m 


1 

Figures  in  brackets  indicate  the  leterature  references  at  the  end  of  this  paper. 
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(0.002")  copper-constantan  thermocouples  were  cemented  along  its  length.    A  third  themocouple  Junctlcxi 
was  placed  directly  vjithin  the  heat  sink,  and  tenperature  differences  were  read  with  a  potentiometer 
between  three  different  pairs  of  couples.    The  absolute  heat-sink  temperature  was  detennined  separately, 
using  a  platinum  resistance-thermcaneter. 

Radiation  errors  were  kept  to  a  minimum  by  surrounding  the  sample  with  two  concentric  radiation 
shields,  the  inner  one  of  which  was  mounted  directly  on  the  heat  sink.    The  outer  shield  served  also  to 
suspend  the  heat  sink  from  the  top  of  the  calorimeter  can,  in  which  the  pressure  was  kept  below  0.1  torn 
As  an  additional  precaution,  power  to  the  sample  heater  was  ad^justed  to  maintain  the  temperature  dJ.ffer- 
ence  along  the  specimen  at  less  than  one  oer  cent  of  the  absolute  temoerature  of  the  heat  sink. 

The  steady-state  difference  in  temperature  between  the  points  of  attachment  of  the  sample  themo- 
coiples  was  detennined  with  constant  input  to  the  sanple  heater.    This  value  was  used  for  calculation  of 
the  thermal  conductivity.    Power  was  then  removed  from  the  heater,  and  the  time  required  for  the  temnera- 
ture  difference  along  the  sample  to  decay  to  one-half  its  steady-state  v-alue  was  noted  for  computation 
of  the  thermal  diffusivity .2    For  recording  the  decay  of  temperature,  the  output  of  the  thermocouples 
was  arpllfied  and  applied  to  the  vertical  axis  of  a  strip-chart  recorder.    Typical  half-decay  times  were 
about  20  s  at  80°K  and  about  95  s  at  300°K.    Chart  soeeds  were  selected  so  that  the  half-decay  time  reo- 
resented  a  deflection  of  at  least  20-25  cm  aloig  the  time  axis. 


"^.2.  Sample 

The  experimental  sample  was  cut  from  a  single  crystal  of  calcium  timgstate,  grown  by  the  Czochral- 
ski  technique  fron  a  melt  containing  0.5  mole  percent  each  of  neodymium  and  sodium  (one  aton  of  each 
for  every  200  calcium  atons).    Sylvania  Crystal  Grade  calcium  and  sodium  tungstates  were  used  in  prepar- 
ing the  melt,  with  neodymium  oxide  and  tungstlc  oxide  of  ourities  exceeding  99.99?  added  In  stoichio- 
metric quantities.    The  crystal  was  pulled  at  a  rate  of  approximately  1  cm/h  fron  an  iridium  crucible  in 
1  atm  of  oxygen,  then  annealed  for  2^  h  at  1200°C  in  air. 

Following  annealing,  the  crystal  was  oriented  by  X-rav  methods  and  the  sample  was  cut  with  its 
length  parallel  to  the  c_  axis.    Pinal  dimensions  of  the  rectangular  bar  were  2.3^  X  2.92  X  23.30  mm. 


3.    Results  and  Discussion 

3.1.    Thermal  Conductivity 

Figure  1  is  a  logarithmic  plot  of  the  thermal  conductivltv  as  a  functicn  of  temoerature.  The  data 
are  nearly  identical  to  those  of  Holland  [7]  for  a  similar  sample. 

In  the  region  below  l80°K,  the  equation  X  =  822A'  fits  the  data  quite  well.    The  1/T  dependence  of 
X  in  this  region  indicates  that  scattering  by  inpurlties  is  the  dominant  mechanism  for  scatterine  of 
phonons.    This  is  consistent  with  the  fact  that  our  sample  contained  about  6  X  1025  m~3  (6  X  lOW  cm~3) 
neodymium  ions  and  an  approximately  equal  number  of  sodium  ions. 

Above  180°K,  X  remains  almost  constant  up  to  300°K.    Ordinarily,  the  slooes  of  (log  X)-vs-(log  T) 
curves  become  more  negative  at  temperatures  above  the  impurity-scattering  region.    This  results  from 
phonon-phonon  scattering  (Lfaklapp  processes),  which  yield  a  dependence  of  X  prooortional  to  exD(9jy'aT), 
where  0^  is  the  Debye  temperature  and  a  is  a  constant.    However,  the  five  data  points  between  l80°  and 
300°  in  figure  1  represent  a  total  of  seven  determinations  of  X,  all  within  the  range  ^.26->^.7^  Wirl 
deg-1.    There  is  good  evidence  that  this  apparent  constancy  is  real,  and  not  due  to  experimental  error, 
as  we  explain  below. 

Both  Holland's  [7]  and  our  samples,  although  prepared  and  measured  entirely  independently,  showed 
little  change  in  thermal  conductivity  between  200°K  and  300°K,    This  fact  might  be  ascribable  to 
increased  thermal  radiation  near  room  temperature.    Our  two  data  noints  at  297°  actually  represent 
results  of  three  determinations,  in  which  the  power  input  to  the  sample  heater  was  varied  by  a  factor  of 
eight.    Despite  this,  all  three  measurements  yield  X  values  between  4.^2  and         ^  mr^  deg-1.  If 
radiation  from  the  heated  sanple  had  a  significant  influence  at  this  temperature,  greater  divergence  of 
the  data  would  be  expected. 

Accepting  as  real  the  invaii.ance  of  X  in  the  range  200-300°K  does  not,  however,  explain  the  ananalM 
That  the  phenomenon  is  a  consequence  of  the  presence  of  impurities  is  suggested  by  the  single  datum  of 
Nassau  and  Broyer  [8],  who  reported  X  =  3.3  W  m~^  deg"-'-  at  290°K  for  ^  undoped,  c-axls-orlented  speci- 
men.   If  plotted  in  figure  3,  this  value  would  lie  close  to  the  line  'x  =  822/T. 


The  computation  involved  solution  of  eqs  (6)  and  (9)  of  reference  [6],  which  are  der^Lved  and  explained 
therein. 
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One  ml0it  be  tempted  to  relate  the  apparent  constancy  of  the  thennal  conductivity  to  some  ordering 
of  the  lnparlty  ions.    For  example.  Slack  [9]  ascribed  the  temperature-invariant  thennal  behavior  of 
magnetite  to  reradiation  (scatterins;)  of  phonons  absorbed  in  the  process  of  ordering  of  the  octahedral 
ions.    Ihls  ordering  is  a  consequence  of  the  proximity  of  ferrous  and  ferric  ions  on  neighboring  sites, 
and  of  the  easy  exchange  of  electrons  between  them.    Even  If  an  analogous  ordering  process  could  be  con- 
ceived in  our  case,  it  would  be  extremely  unlikely  to  have  an  observable  effect  in  our  sample.  Granting 
replacement  of  1/200  of  the  calcium  ions  by  neodyrrlum  ions,  and  replacement  of  another  1/200  by  sodium 
ions,  only  1%  of  the  Ca++  sites  would  be  affected.    With  a  random  distribution  of  imnurities  and  four 
molecules  of  calcium  tungstate  per  tetragonal  unit  cell,  there  results  a  mean  distance  of  at  least  three 
lattice  spacings  between  pairs  of  impurity  ions.    The  distance  is  far  greater  than  that  over  which  ordei-^ 
ing  phencraena  can  be  expected,  particularly  at  temperatures  as  high  as  300°K. 


3.2.    Thermal  Diffusivity 

Thermal  diffusivity  results  are  shown  in  figure  2,  a  conventional  plot  of  log  a  as  a  functicn  of 
log  T.    The  uniformity  of  curvature  is  notable,  in  mari<ed  contrast  with  the  situation  in  figure  1.  This 
is  a  sigiificant  point,  for  it  is  added  evidence  for  the  absence  of  radiation-induced  errors.  These 
results  may  be  carpared  with  estimates  [6]  of  the  thermal  diffusivity  of  calcium  tungstate  containing 
0.5  mole  per  cent  neodymium.    The  estimated  values,  based  on  fragmentary  and  extrapolated  data  from  the 
literature  (and  therefore  representing,  at  best,  measurements  of  different  specimens)  were  a  =  20.7  X 
10-°  m2/s  at  80°K  and  a  =  1.53  X  10-6  m2/g  at  300°K.    The  corresponding  data  from  figure  2  are  each 
about  10  per  cent  smaller:    18.0  X  10"°  m2/s  and  1.42  X  10-°  m^/s,  respectively. 


3.3.    Specific  Heat 


The  data  of  figures  1  and  2  were  used  to  caipute  the  specific  heat  capacity  at  each  tenperature 
from  the  relationship  a  =  X/c  d.    No  correction  was  made  for  the  change  of  density  with  tenperature,  a 
constant  value  of  6.06  X  103  8g/m3  (6.06  g/cm3)  [8]  being  used  throu^out.    The  error  so  introduced  is 
estimated  to  be  of  the  order  of  one  per  cent.    Results  are  shown  in  figure  3. 

Two  other  rocm-tenperature  values  of  c    are  indicated  on  figure  3.    That  shown  as  a  solid  square  is 
due  to  Kcpp  [10],  and  was  determined  more  than  a  century  ago.    The  sample  was  probably  a  mineral  speci- 
men of  scheellte.    Kcpp  found  Cp  to  be  invariant  fron  292°K  to  322°K. 

The  solid  circle  represents  more  recent  worit  [11]  on  a  (presumably  undoped)  sample  of  high-purity 
calcium  tungstate.    Although  this  point  lies  remarkably  close  to  the  curve  calculated  frcm  the  Debye 
tenperature  (see  section  3-^) y  it  is  impossible  to  compare  its  accuracy  with  that  of  our  data,  since  no 
experimental  details  are  given.    It  is  unlikely,  however,  that  our  deliberate  addition  of  a  total  of 
approximately  one  mole  per  cent  of  inpurities  is  entirely  responsible  for  the  difference  of  15  per  cent 
between  our  rocm-tenperature  value  and  this  one. 


3.4.    Debye  Temperature 

The  ri^t-hand  ordinate  of  figure  3  sha^s  the  mean  heat  capacity  per  gram-atom.  This  scale  was 
obtained  by  dividing  the  molar  heat  capacity  (C^)  by  6,  the  number  of  atoms  in  a  molecule  of  calcium 
tungstate.     Its  use  in  estimating  the  Debye  temperature,  9^,  is  described  below. 


Heat-capacity  values  read  from  the  righthand  ordinate  were  compared  with  a  graph  showing  0d/T  as  a 
function  of  Cy  for  a  solid  conforming  to  the  Debye  specific-heat  approximation^.    A  value  of  OiyT  was 
read  from  this  curve,  and      was  obtained  by  multiplication  by  the  temperature  of  measurement.  A 
"best"      was  then  found  by  trial  and  error,  the  criterion  being  the  degree  of  congruency  of  the  experi- 
mental curve  and  the  C^-^^^T  curve  of  a  solid  with  a  Debye  tenperature  of  Gp.    The  broken  curve  of 
figure  3  is  a  graph  of  the  nrolar  specific  heat  (at  constant  volume)  of  a  monatcmlc  solid  which  obeys  the 
Debye  approximation  and  which  has      =  570°K.    This  curve  is  seen  to  be  a  reasonable  fit  of  the  data  at 
all  tenperatures  vp  to  about  190°K  (Gd/T  =  3).    The  divergence  of  the  experimental  (C  )  curve  from  the 
estimated  (Cy)  curve  above  this  tenperature  is  to  be  expected,  in  view  of  the  aDDroxlmations  made  in  the 
estimate.    In  addition,  the  relatively  large  coefficients  of  thermal  expansion  (7.9  X  10"°  dee-^  in  the 
a  direction  and  12.7  X  10"°  deg-^  in  the  c  direction  throughout  the  temperature  range  of  figure  3  [8] 
suggest  a  perceptible  difference  between  ^  and  Cy  at  the  higher  tenperatures . 


^r  this  purpose,  Cy  and  CL  were  assumed  to  be  equal.  The  validity  of  this  assunption  improves  at  the 
lower  tenperatures. 
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4.    Sunriary  and  Conclusions 

1.  The  thermal  conductivity  of  neodymlum-doped  calcium  tunp:state,  as  detemlned  in  this  study,  has 
been  found  to  agree  well  vd.th  previous  measurements  [7],  although  its  apparent  invariance  between  200°K 
and  300°K  remains  unexplained. 

2.  Results  for  thermal  diffusivity,  obtained  simultaneously  with  the  thermal  conductivity,  repre- 
sent the  first  actual  measurements  of  the  property  for  this  material.    Published  estimates  [6],  based  on 
CCTiposites  of  data  obtained  with  different  samples,  are  consistently  about  10%  higher  than  the  measured 
values. 

3.  Ihe  specific  heax;  capacity  at  room  temperature  was  found  to  be  about  15%  hipjier  than  observed 
by  previous  authors  [11],  At  temperatures  below  190°K,  the  heat  capacity  corresponds  to  a  Debye  temo- 
erature  of  570°K. 

^.    All  results  cover  the  temperature  range  within  which  laser  oscillators  and  amplifiers  are 
coimonly  studied,  and  are  sufficiently  accurate  to  permit  refined  analyses  and  predictions  [5]  of  the 
transient  behavior  of  laser  rods  made  from  this  material. 
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TEMPERATURE  IN 

Figure  3.    Specific  heat  capacity,  c^,  (lefthand  ordinate)  and  mean  heat  capacity  per  gram-atcm  (  =  1/6 
molar  heat  edacity)  (righthand  ordinate)  coiputed  from  figures  2  and  3.    The  solid  curve  is  a  fit  of 
the  experimental  data,  which  the  broken  curve  is  the  molar  heat  capacity,  C^,    of  a  monatcmic  solid  with 
=  570°K.    Solid  circle:    datum  from  reference  11;  solid  sauare:    datum  from  reference  12. 
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Measurement  of  the  Thermal  Conductivity  of 
Self-Supporting  Thin  Films  of  Aluminum  Oxide 
and  Evaporated  Films  of  Silicon  Monoxide^ 


2 

G.  A.  Shifrin  and  Robert  W,  Gammon 
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A  technique  has  been  developed  for  measuring  the  thermal  conductivity  of  self- 
supporting  dielectric  thin  films  for  directions  in  the  plane  of  the  film.  Two 
evaporated  metal  film  bolometers  on  the  sample  are  used  both  to  supply  the  heat 
conducted  across  the  narrow  gap  between  them  and  to  measure  the  temperature 
difference  across  the  gap.    We  have  applied  the  technique  to  anodic  aluminum  oxide 
films.    The  thermal  conductivity  has  been  found  to  be  1.  68  ±  .  07  W  m"^  deg"-'^ 
(16.  8  mW  cm-1  deg-1)  at  370C  for  films  325  to  1500  R  thick  with  no  detectable 
thickness  dependence.    For  comparison  bulk  polycrystalline  aluminum  oxide  of 
the  same  density  as  the  films  shows  a  thermal  conductivity  of  30.  2  W  m"'^  deg"-*- 
The  lower  value  of  conductivity  is  believed  to  be  due  to  amorphous  structure  in 
the  anodic  films.    The  ±  4%  uncertainty  given  on  the  value  of  conductivity  represents 
mainly  the  geometrical  uncertainties  of  the  measurement.     The  precision  on  any  one 
sample  was  much  better  (±  0.  3%).     By  an  extension  of  the  method  we  have  also 
measured  the  thermal  conductivity  of  films  evaporated  onto  previously  calibrated 
self-supporting  films.    To  perform  this  measurement  it  is  necessary  to  observe  the 
additional  conductance  due  to  the  evaporated  film  and  to  establish  its  thickness 
independently.    This  type  of  measurement  is  potentially  applicable  for  studying 
the  thermal  conductivity  of  a  great  variety  of  evaporated  thin  films.    We  measured 
the  thermal  conductivity  of  evaporated  silicon  monoxide  films  to  be  0.  3  ±  0.  1 
W  m-1  deg-i  {3  mW  cm"!  deg-^)  for  thicknesses  from  340  to  560         Since  the 
measurement  accuracy  was  ±  10%,  the  indicated  33%  uncertainty  is  believed  to 
represent  a  spread  in  conductivity  values. 


Key  Words:  Aluminum  oxide,  silicon  monoxide,  thermal  conductivity, 
thin  films. 


A  full  report  of  the  experiment  and  the  results  will  be  submitted  to  the  Journal  of  Applied  Physics. 
Present  address:    The  Catholic  University  of  America,  Washington,  D.  C.  20017. 
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Impulse  Thermal  Breakdown  in  Silicon  Oxide  Films 

N.  Klein  and  E.  Burstein^ 

Dept.  of  Electrical  Engineer  i.ng 
Technion,  Israel  Institute  of  Technology 
Haifa,  Israel 


Silicon  oxide  capacitors  with  aluminum  electrodes  were  deposited  on  glass 
substrates  by  evaporation  in  vacuum.     The  dielectric  was  about  5000  1  thick  and 
weak  spots  were  eliminated  by  self-healing  breakdowns.    On  application  of 
voltage  pulses,  the  breakdown  voltage  was  found  to  increase  with  pulse  duration 
decreasing  from  100  to  10"^  s.     It  was  assumed  that  the  breakdown  was  thermal 
and  caused  by  Joule  heat  in  the  dielectric.     The  breakdovn  voltage  was  calcu- 
lated by  solving  the  nonlinear  equation  of  conduction  of  heat  with  the  aid  of  a 
digital  computer  and  by  approximate  analysis.     The  two  solutions  agreed  with 
each  other  and  with  the  experimental  results.     In  principle  the  thermal  conduc- 
tivity of  the  substrate  can  be  calculated  with  the  measured  breakdown  voltages. 

Key  Words:     Electrical  breakdown,  thermal  breakdown,  silicon  oxide, 
thermal  conductivity,  equation  of  conduction  of  heat. 

1,  Introduction 

Although  the  physical  process  of  thermal  breakdown  in  dielectrics  has  been  understood  for  a  long 
time,  difficulties  have  been  encountered  in  the  calculation  and  observation  of  thermal  breakdown  fields 
especially  when  the  effect  of  voltage  pulses  was  considered, 

Copple,  Hartree,  Porter  and  Tyson[l]^  investigated  thermal  breakdown  of  thick  dielectrics,  which 
have  the  form  of  an  infinite  slab.     They  made  the  simplifying  assumption  that  the  electric  field  is 
uniform  in  the  dielectric  and  obtained  the  thermal  breakdown  field,  Fp^^^,  as  a  function  of  pulse  dura- 
tion by  numerical  methods. 

Vermeer[2]  and  OTX^yerTs]  derived  relations  for  "P^^,  disregarding  the  effect  of  heat  conduction 
during  the  pulse.     Hanscomb ' s[4]  observations  of  thermal  breakdcnv-n  in  sodium  chloride  at  350°C  ambient 
temperature  support  the  validity  of  O'Dwyer's  relation,  when  the  pulses  are  short,  but  not  when  they 
are  of  long  duration,     Vermeer's  experimental  results  of  F      in  glass  are  10-20%  larger  than  calculated 
The  discrepancies  of  calculations  and  experiment  are  in  both  cases  ascribed  to  the  influence  of  heat 
conduction. 

The  present  work  is  concerned  with  impulse  thermal  breakdown  in  thin  film  capacitors  of  silicon 
oxide.     The  temperature  of  the  dielectric  of  these  capacitors  is  uniform  and  this  circumstance  simpli- 
fies the  analytical  treatment  considerably  relative  to  the  case  of  thick  dielectrics.     Account  is  taken 
of  the  effect  of  conduction  of  heat  and  F      is  calculated  with  the  aid  of  a  digital  computer  and  also 
by  approximate  analysis.     Results  of  the  Iwo  methods  agree  very  well,  also  with  the  experimental  obser- 
vations for  pulses  shorter  than  0,1  s,  for  pulses  of  a  few  seconds  duration  the  differences  of  calcu- 
lated and  experimental  values  is  less  than  3.5%.     It  is  believed  that  the  relations  derived  here  for 
F      are  applicable  for  thicker  dielectrics  also,  when  the  internal  thermal  resistance  of  the  dielectric 
is  less  than  one  tenth  of  the  external  thermal  resistance.     The  observations  of  breakdown  field  as  a 
function  of  pulse  duration  make  possible  in  principle  the  determination  of  the  thermal  conductivity  of 
the  capacitor  substrate. 


■The  work  reported  herein  was  performed  under  the  sponsorship  of  the  National  Bureau  of  Standards. 

■The  work  reported  herein  forms  part  of  the  M.Sc,  Thesis  of  E.  Burstein,  submitted  to  the  Senate  of 
the  Technion  in  July,  1967, 

'figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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2.     The  Breakdown  Experiments 


The  capacitors  were  produced  by  vapor  deposition  at  10"^  to  10"^  Terr  pressure  on  §.1  cm  thick 
soda  glass  substrates.     The  Jhickness  of  the  silicon  oxide  dielectric  was  3000  to  6000  A  and  that  of 
the  aluminum  electrodes  500  A,     Breakdowns  were  self-healing  and  nonshorting,  producing  a  hole  through 
the  three  layers  of  the  capacitor.     The  self-healing  property  of  the  capacitor  made  possible  hundreds 
of  breakdown  experiments  on  a  single  sample.    Figure  1  shows  a  sketch  of  the  tested  capacitors =  Their 
area  was  AxlO"^  cm^,  where  the  dielectric  was  thinnest.     The  dielectric  was  reinforced  at  the  capacitor 
edges  adjacent  to  the  electrode  contacts,  preventing  preferential  breakdown  at  these  edges. 

Prior  to  the  pulse  tests  the  weak  spots  in  the  capacitor  were  eliminated  by  single  hole  breakdowns, 
by  applying  increasing  dc  voltages  to  the  capacitor .[S]     The  remaining  capacitor  area  was  quasi-uniform 
and  its  electrical  conductivity,  a  could  be  fitted  well  to  a  relation  simple  for  analysis, 

=  e8Ve3(T-T„) 

o  ^  ' 

Here  a^,  a  and  g  are  constants,  V  is  the  voltage  and  T  and  T    are  temperatures  of  the  dielectric  and  of 
ambient  respectively.     The  maximum  voltage  for  thermal  breakdown,        ,  was  observed  in  the  capacitors 
and  this  voltage  could  be  calculated  to  an  accuracy  better  than  17o  with  the  relation  derived  by  Klein 
and  Gafni[5] 

=i  log  —111—  (2) 

^         eaa  AV^ 
o  dm 

Here  h  and  A  are  the  dielectric  thickness  and  are  respectively,  F  is  the  thermal  conductance  of  the 
capacitor  and  e  the  natural  logarithm  base. 

The  pulse  experiments  were  carried  out  with  step  voltages  V      >  V^^,     The  pulse  rise-time  was 
shorter  by  at  least  three  orders  of  magnitude  than  the  time  to  breakdown  t  and  the  voltage  Vpj^  was 
constant  during  the  pulse  to  better  than  0,1%.    On  application  of  a  pulse  the  leakage  current  i 
through  the  dielectric  increased  first  slowly  with  time  t,  followed  by  a  very  fast  increase.     This  is 
shown  in  Fig.  2  by  oscillograms  obtained  on  one  capacitor  for  pulse  voltages  of  Increasing  magnitudes. 
When  the  current  increased  after  time  t  to  a  very  large  magnitude,  the  capacitor  broke  down  approxi- 
mately over  the  whole  area  by  evaporation.     This  descructlon  was  prevented  by  diverting  the  current 
from  the  capacitor  with  a  controlled  rectifier  at  a  time  t',  when  the  current  became  5  to  8  times 
larger  than  at  t  =  0,     The  time  t'  is  only  a  few  percent  smaller  than  t,  and  t'  is  quoted  as  the 
measured  time  to  breakdown.     The  effect  of  this  difference  on  V      is  negligible  because  it  will  be 
seen  that  Vp^^p  -  log  t^.    As  destructive  breakdowns  were  avoided,  a  large  number  of  experiments  were 
carried  out  on  a  single  sample  and  V      as  a  function  of  pulse  duration  could  be  ascertained  in  the 
whole  range  of  interest.     This  is  shown  for  a  typical  capacitor  for  the  range  0.01  s  to  nearly  10  s  in 
Fig.  3,  where  measured  values  are  represented  by  dots. 

The  breakdown  voltage  increases  to  a  maximum  for  a  pulse  duration  of  about  lO'^s,  The  breakdown 
mechanism  radically  changes  at  this  voltage,  becoming  electrical  in  nature.  These  breakdowns  are  not 
of  interest  for  the  present  treatment  and  will  be  discussed  elsewhere, 

3.     Calculation  of  the  Thermal  Breakdown  Voltage 

The  breakdown  of  the  silicon  oxide  capacitors  on  dc  was  found  to  be  thermal.     Thus,  the  nature  of 
the  current  increase  shown  in  Fig.  2  and  the  Increase  of  V^^jj  with  decreasing  t  indicate  that  the  break- 
down is  thermal  for  pulses  of  duration  longer  than  a  certain  minimum  value.     This  assumption  was 
investigated  quantitatively. 

The  source  of  heat  in  the  dielectric  is  Joule  heat  in  the  pulse  experiments  and  the  power  P  per 
unit  area  of  capacitor  is,  using  eq  (1) 

a(T-T„)  a(T-T„) 
P  =  ao^^egVe  /h  =  P^^-e  (3) 

As  the  capacitor  thickness  is  three  orders  of  magnitude  smaller  than  its  lateral  dimensions  and  the 
substrate  thickness,  the  capacitor  is  idealized  by  the  following  model:     The  effect  of  the  capacitor 
is  represented  by  an  Infinite  plane  heat  source  of  power  P,  situated  on  an  infinite  substrate  bounded 
by  two  parallel  planes.     Heat  is  conducted  through  the  substrate  only,  and  the  substrate  surface 
opposite  the  capacitor  surface  is  a  ambient  temperature.     The  capacitor  temperature  is  assumed  to  be 
uniform.     To  obtain  the  times  t  =  t  as  function  of  applied  voltage  V^^,  when  the  capacitor  temperature 
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T  -  °=  and  breakdown  arises,  the  equation  of  conduction  of  heat  is  solved  with  the  appropriate  boundary 
and  initial  conditions.     The  coordinates  perpendicular  to  the  substrate  surfaces  is  denoted  by  x  and 
X  =  H  at  the  capacitor  and  x  =  0  at  the  opposite  surface.     The  temperature  is  denoted  by  Tg 


  Sx2^ 


3Ts 
3x 


x=H 


a(T-T^) 


(4) 


(5) 


with  T    =  T    for  t  5  0  and  T    =  T    at  x  =  O.k  is  the  thermal  diffusivity  and  K  the  thermal  conductivity 
of  the^ substrate,    k  is  replaced  Sy  K  /c,  c  being  the  specific  heat  per  unit  volume  of  substrate. 
Normalizing  with  (Tg-T^)  =  a(Tg  -  T^) ,  T  =  Kt/cH^  and  x  =  x/H,  eq  (4)  and  (5)  are  replaced  by 


STs 
3t 


^  "^s  and 


9x2 


Sx 


Be 


(T-Tq) 


(4a)  and  (5a) 


x=0 


with  Tg-T^ 


0  for  t  S  0  and  for  x  =  0;  here 


B  = 


hK 


(6) 


The  analytical  solution  of  this  nonlinear  problem  of  heat  conduction  does  not  seem  to  be  known  and 
solution  was  obtained  with  the  aid  of  a  digital  computer.     The  relevant  result,  when  T-T^  -•      in  the 
composite  is  shown  in  Fig.  4,  where  B,  a  function  of  the  breakdown  voltage  Vpjj,,  is  plotted  against  the 
normalized  time  to  breakdown  Kt/cH^.     It  should  be  remarked  that  the  computer  handled  the  problem  only 
for  a  maximum  value  of  10  in  T-T^.     The  B  values  in  Fig.  4  are  therefore  consistently  smaller  than  for 
T-Tq  -*  t=.     The  difference  should  be  less  than  1%. 


The  pulse  breakdown  voltage  Vpjj,  can  now  be  calculated  with  eq. 


(6), 


V      =  1  log  hKB(KT/cH2) 
•  o  pm 


(7) 


with  B  =  B(Kt/ch2)  obtained  from  Fig.  3.  Equation  (7)  can  be  connected  with  the  relation  for  the  dc 
maximum  thermal  breakdown  voltage  eq  (2).     For  the  capacitor  model  discussed  T  =  KA/h  and 


^pm 


1 


hK 


(2a) 


hence 


V„„  =  V ,  +  1  log[eB(KT/cH2)]  -  1  log(V„„/V, J 
pm        dm      e  g      °    P™  dm 


(7a) 


The  oscillograms  of  Fig.  2  show  that  the  leakage  current  and  the  power  input  change  relatively 
little  before  the  current  runaway.     This  property  of  the  formation  of  the  breakdown  process  leads  one 
to  attempt  an  approximate  solution  of  the  heat  conduction  equation  for  the  case  of  breakdown,  des- 
cribed in  the  following  lines. 


A  mentioned,  the  temperature  of  the  thin  capacitor  is  assumed  to  have  a  uniform  value  T. 
equation  for  the  capacitor  hedt  balance  can  then  be  written  simply  for  unit  capacitor  area  as 


The 


P  dt  =  chdT  +  K' 


x=H-h 


(8) 
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The  thermal  conductivity  and  diffusivity  are  denoted  by  K'  and  k'  for  reasons  that  will  be  apparent 
later.     The  capacitor  top  and  bottom  surfaces  are  at  x  =  H  and  x  =  H  -  h  respectively.     The  influence 
of  electrodes  is  disregarded  in  eq  (8),  because  their  thermal  resistance  is  negligible  and  their 
heat  capacitance  is  much  smaller  than  that  of  the  dielectric.     For  c  the  specific  heat  of  the  sub- 
strate is  taken  and  this  assumption  is  justified  by  later  results. 

An  approximate  expression  is  obtained  for  the  conduction  term  K' 

'  x=H-h 

solution  of  the  heat  conduction  problem  discussed  here,  when  the  power  is  not  an  exponential  function 
of  T,  as  in  eq  (3),  but  constant,  P=Po.     This  solution  is  denoted  by  PQCp(x,t)  and  the  assumption  is 
made  for  the  conduction  term  in  eq  (8)  that 


by  making  use  of  the 


dT„ 


K' 


x=H-h 


=  K'Poe^<T-To)  scp(x,t) 


x=H-h 


(9) 


As  shown  in  Cars  law  and  Jaeger[6] 


PqX  V  (1)  e 
P^cp(x,t)  =  T,   -  T^  =   


^.^k'(2n      l)Vt  (2n  +  1)t 


4lf 


sin  2H 


(10) 


(2n  +  ir 


Substituting  for  9(x,t)  in  eq  (9)  and  for  the  derivative  in  eq  (8)  and  integrating  from  t  =  0  to  t 


and  T  =  T„  to  T, 
o 


16H^         gV„2y      (-nn       re-k*(2rH-l)2n2t/4H2       1  cos  (2n+nn(H-h)  -  cF  -a(T-Tn  ^1 

;Ar^%^' '^^0  krrp  L                j  2h       i         J  (id 

Breakdown  arises  at  the  voltage  V  =           when  at  time  t  =  T,  T  -  T^-*"  and  the  relation  obtained 

from  eq  (11)  for  V  is 
^  pm 


V      =  1  log  ck'n3h2 


with 


X(t 


N      Y   JjO^Fl  -  e-k'(2nH-l)2n2t/4H2-l  (2r^l)n(H-h) 

„  (2n+l)^  2H 
n=0 


(12) 


Since  H  -  h  «  H,  this  is  approximately 


-leiL^  -^Z.  (2n+l)2  J 

n=0 


(13) 


with  ck'  =  K' 


V      =  i  log  


(12a) 


with 


Y(K't/cH^)  =  1  -  o  ,   

n2   L  (2n+l)2 
n=0 


I 


-k'  (2n+l)2TT2T/4H2 
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Testing  the  validity  of  eq  (12a)  for  the  limiting  case,  when  r  —  <r,         =  v      and  I'(t)  =  1,  the  rela- 
tion (12a)  is  found  to  differ  from  eq  (2a)  by  the  factor  e  in  the  denominator  of  the  logarithmic 
expression.     This  discrepance  can  be  avoided  by  replacing  K/e  for  K'.     Comparing  eq  (12a)  with  the 
earlier  relation  (7)  for         it  appears  that  the  condition  for  equality  of  results  is 

^^^^^/'^"'^  =  Y^^^  '''' 

Replacing  in  eq  (14)  numerical  values  for  B  and  for  Y  as  function  of  the  normalized  pulse  duration, 
equality  of  the  two  sides  is  found,  within  1%  accuracy,  when 

K'  =  K/e  (15) 

The  approximate  relation  for  the  pulse  breakdown  is  thus 

V      =  i  log   ^  


g         eaCToHv2^Y(KT/ecH)  (12b) 


with 


_  1  8  V  e-'<:(2n+l)2rr2T/4ecH2 
-  I  -  -n    \   2  


(KT/ecH)  =  1  -  8^  ^ 


(2n+l)^ 
n=0 

Equations  (7)  and  (12b)  were  applied  to  calculate  V      =  f(T)  for  the  capacitor,  the  experimental 
breakdown  resultg  of  which  are  presented  in  Fig.  3,     The  data  of  this  capacitor  and  of  the  substrate 
were:    h  =  5000  A,  g  =  p. 054  V,  c=  2.06  J/cm^,  "c,  a  =  0.03/°C,        =  1.3xlO"12/Q-cm  and  H  =  0.1  cm. 
The  value  of  the  thermal  conductivity  was  determined  by  fitting  eq  (7)  to  the  experimental  results 
for  T  <  0,1  s  and  K  =  0.031  W/°C    cm  was  obtained.     The  results  of  the  calculations  with  both  eq  (7) 
and  eq  (12b)  are  represented  in  Fig.  3  by  the  curve. 

When  the  approximate  calculation  of  is  carried  out  for  the  case  that  the  substrate  is  a  semi- 
infinite  solid,  the  relation  for  Vp^  is 


V     =  1  log  MrrcK/e)^ 

8         2a.  rW'  (16) 


Breakdown  voltages  calculated  with  eq  (12b)  and  (16)  agree  for  t  <  0.1. 

4.  Discussion 

Comparison  of  experimental  and  calculated  i^esults  show  very  good  agreement  for  t  <  0.1  s,  and 
that  V      is  practically  proportional  to  log  l/je.    On  the  other  hand,  the  experimentally  determined 
thermal  conductivity  0.031  W  deg"      cm"-*-  is  niuoti  larger  than  the  highest  values  found  m  handbooks  for 
soda  glass,  0.012  W  dep"      cm"-'-.     The  reason  seems  to  be  connected  with  the  idealizations  of  the  model. 
Brestechko[ 7]  showed  that  heat  from  the  capacitor  is  conducted  not  only  through  the  substrate,  but 
also  by  convection  in  the  ambient  air  and  by  conduction  through  the  electrodes  to  the  contact  pads 
(see  Fig.  1),     The  convection  accounts  for  about  a  50%  increase  in  thermal  conductance.     Rough  calcu- 
lations indicate  that  the  difference  between  the  true  and  the  effective  value  of  K  is  plausibly 
explained  by  the  influence  of  the  two  additional  paths  of  thermal  conduction.     It  is  interesting  to 
note  that  while  this  influence  increases  conduction,  it  does  not  effect  the  form  of  the  relations  of 
V     =  f(T).     It  is  believed  that  when  the  effect;  of  convection  and  of  thermal  conduction  by  the 
electrodes  can  be  eliminated,  the  thermal  conductivity  of  the  substrate,  can  be  determined  with  short 
time  pulse  breakdown  measurements. 
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For  pulse  durations  longer  than  0.1  s,  measured  voltages  become  higher  than  calculated  and  the 
largest  discrepancy  is  about  3,5%  at  t  =  2s.     These  discrepancies  are  due  to  further  departures  from 
the  idealized  model,  which  can  effect  the  functional  relationship  also.    One  difference  can  be 
ascertained  in  the  side  view  of  Fig.  1:     The  lateral  dimensions  of  the  capacitor  are  smaller  than  the 
substrate  thickness.    When  on  pulses  of  longer  duration  heat  flux  penetrates  deep  into  the  substrate, 
the  cross  section  for  the  flux  does  not  remain  constant,  as  assumed  by  the  model,  but  increases.  This 
is  equivalent  to  an  increase  in  thermal  conductance  and  in  V    .    An  opposing  effect  arises  at  the 
bottom,  surface  of  the  substrate.    Measurements  shown  that  thi™temperature  there  is  not  T    as  assumed, 
but  slightly  larger,  and  this  decreases  the  thermal  conductance  and  V    .     The  results  in  Fig,  3  indi- 
cate that  the  first  effect  is  larger  than  the  second  one. 

It  appears  that  the  differences  between  the  idealized  model  and  the  test  capacitor  effect 
little  the  validity  of  the  derived  relations,  and  the  measure  of  agreement  of  observed  and  calcu- 
lated breakdown  voltages  indicate  that  the  breakdowns  are  thermal. 
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Fig.  1    Sketch  of  tested  capacitor. 
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Fig.  2    Oscillogram  of  thermal  breakdown  event. 
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PULSE  WSDTH  IM  SECONDS 

Fig.  3    Pulse  breakdown  voltage  versus  pulse  duration.     Dots  measured  values,  curve  calculated. 
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High  Temperature  Radial  Heat  Flow  Measurements 


J.  P.  Brazel 

General  Electric  Company 
Re-Entry  Systems  Department 
Philadelphia ,   Pa.  19101 


K.  H.  9tyhr 
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Steady  state  thermal  conductivity  measurements  on  three 
molded  graphite  structures  and  one  phenolic  Refrasil  Char  com- 
posite are  presented.     Electrical  resistivity  data  and  struct- 
ural characterization  of  the  specimens  are  included  for  corre- 
lation with  other  literature  values. 

Measurements  were  made  in  flowing  argon  at  mean  specimen 
temperatures  in  the  range  125°c  to  2000°C.     Thermal  conductivity 
( ^)   of  ATJ  grade  graphite  can  be  reduced  almost  50%  at  1000°c 
from  about  6  to  3  mW/m°C  by  a  "purification"  process  of  leaching 
and  outgassing.     Reduction  in  /\  is  less  at  higher  temperatures, 
about  30%  at  ISOOOc  from  2.6  to  1.8  mW/m°C .     Specimen  hot  face 
temperatures  exceeding  2200Oc  in  most  cases  could  not  be  reach- 
ed due  to  the  high  thermal  conductivity  of  selected  specimens 
and  a  power  supply  limitation.     A  modified  apparatus  with  a 
larger  power  supply  and  equipped  for  high  vacuum  as  well  as 
inert  atmosphere  operation  is  described. 


Key  words:  Apparatus,  conductivity,  graphites,  high  temp- 
erature, radial  heat  flow,  steady  state,  thermal  conducti- 
vity. 


1.  Introduction 

The  original  intention  of  presenting  a  paper  at  the  Seventh  Conference  on 
Thermal  Conductivity  was  to  compare  the  thermal  conductivity  of  selected,  well- 
characterized  commercial  grade  graphites  as  measured  in  a  variety  of  atmospheres.  Un- 
fortunately,  a  problem  developed  in  the  electronic  wattmeter  of  the  apparatus  equipped 
with  the  high  vacuum  system.     Only  data  acquired  in  flowing  argon  were  completed  in 
time  for  the  program.     Since  the  basic  apparatus  has  been  described  in  previous  con- 
ference proceedings  (1,2,3)  ,         only  a  brief  outline  of  the  equipment  is  included 
herein.     This  stresses  the  difference  between  the  instruments  used  in  the  various 
atmospheres  concerned  and  specific  instrumentation  problems  arising  from  the  sample 
materials  studied.     It  is  the  authors'   intention  to  report  complete  results  and  stress 
interpretation  and  analysis  of  the  data  in  a  subsequent  paper. 


Figures  in  parentheses  indicate  the  literature  references  at  the  end  of  this  paper. 
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2.     Specimen  Geometry 


The  specimen  stack  is  cylindrical,    12.7  cm  (5")   tall  and  5  cm  (2")   in  diameter. 
It  contains  a  1.9  cm  (0.75")  concentric  axial  cavity  to  accomodate  the  inner  heater 
which  supplies  the  radial  outward  temperature  gradient.     The  stack  may  be  composed 
of  a  number  of  thin  discs   (1.2  cm  or  greater)   or  preferably  1  to  3  larger  cylinders. 
In  this  study  all  specimen  stacks  are  composed  of  3  cylinders,   a  5  cm  (2")  tall  speci- 
men and  two  guard  cylinders   (upper  and  lower)   of  equal  height  sufficient  to  total 
12.7  cm.     A  typical  specimen, without  upper  and  lower  guards,  is  shown  in  Figure  1. 
Since  the  power  dissipated  in  the  2.54  cm  (1")   central  section  of  the  12.7  cm  (5") 
tall  assembly  is  separately  metered,   in  addition  to  metering  the  total  inner  heater 
power,   all  sensing  wells  are  located  within  the  2.54  cm  central  section. 

Both  radial  and  axial  temperature     sensing  wells  were  used  in  this  study.  Axial 
wells  have  the  disadvantage  of  a  finite  width  in  the  direction  of  the  temperature 
gradient;   in  the  examples  of  Figure  1,    1.57  mm  (0.063").     The  precise  radial  location 
(isotherm)  of  the  average  temperature  measured  by  a  thermocouple  or  optical  pyrometer 
is  uncertain  to  some  factor  dependent  upon  the  temperature  gradient  across  the  specific 
axial  well  considered.     However,   since  conduction  along  thermocouple  leads  in  a  radial 
gradient  can  be  significant,   axial  wells  are  used  exclusively  for  thermocouple  measure- 
ments, but  only  at  lower  temperatures   (below  1500°C)  and  in  situations  where  the 
gradient  across  the  well  is  not  large. 

Radial  sensing  wells  have  the  advantage  of  having  a  flat  bottom  plane  essentially 
on  an  isothermal  plane  within  the  specimen.     Although  this  isotherm  can  be  precisely 
located  (+  0.03  mm,  0.001"),   temperature  measurement  by  disappearing  filament  optical 
pyrometer  or  automatic  optical  pyrometer  is  inherently  less  precise   (+  2°C  and  0.5OC), 
than  good  thermocouple  thermometry  (0.01°C).     Although  it  has  been  determined  that 
black  body  optical  temperature  assumptions  are  valid  in  most  non-isothermal  cavities 
in  materials  of  high  emmittance     {4\  errors  increase  with  decreasing  emittance,  de- 
creasing L/D  cavity  ratios,  and  increasing  thermal  gradient  in  the  radial  cavity.  These 
factors  must  be  considered  in  each  individual  case.     Thin  opaque  discs  can  be  used  to 
increase  emittance  in  specimens  which  are  unusually  porous  or  translucent.  All 

specimens  in  this  study  were  of  sufficiently  high  emittance  and  contained  cavities 
of  sufficiently  high  L/D  ratio  and  small  thermal  gradient  so  that  no  corrections  from 
these  considerations  were  necessary. 


3.  Apparatus 

The  photograph  of  Figure  2  shows  a  typical  specimen  stack  assembled  on  a  zirconia 
pedestal.    Although  the  newer,  vacuum- equipped,  apparatus  is  illustrated,  specimen 
assembly,   furnace  geometry  and  console  are  identical  to  the  argon  apparatus  used 
except  as  specifically  mentioned  here.     Both  radial  sight  holes  and  axial  thermocouples 
are  visible.     This  assembly  is  inserted  into  the  furnace  from  underneath  as  shown  in 
Figure  3.     The  entire  high  vacuum  system,   normally  attached  to  the  furnace  by  four  wing 
bolts,  has  been  lowered  about  10  cm  and  pivoted  out  of  the  way  to  facilitate  sample 
loading.     The  lower  high  current   (600  amps)   inner  heater  power  terminal,  consisting 
of  a  liquid  metal  contact  assembly    contained  within  the  liquid  nitrogen  cold  trap 
region,   is  clearly  visible  in  the  right  foreground.     Figure  4  illustrates  how  the  oil 
diffusion  pvin^  system  may  be  readily  pivoted  back  and  raised  to  accomplish  the  0-ring 
seal  to  the  furnace.     The  seven  position,   self  cleaning,   radial  sight  window  assembly, 
as  well  as  a  top  axial  sight  window,   is  also  visible  in  the  photograph.  Thermocouple 
wires  leading  from  a  fnulti-contact  vacuum  feed  thru  behind  the  furnace  are  lead  up  an 
external  exhaust  port  behind  the  vacuum  control  box  to  a  remote  multi-point  recorder. 

Console  controls  for  inner  heater,   outer  heater,   and  fail-safe  circuits  have  been 
previously  described  (2,3).     In  Figure  4,   the  center  meter  indicates  power  in  watts 
dissipated  frcan  the  middle  2.54  cm  (1")   region  of  a  13.3  cm  (5  1/4")  tungsten  mesh 
inner  heater.     In  the  vacuum  apparatus,   a  Hall  multiplier  circuit  in  a  specially 
designed  electronic  wattmeter  was  added  to  decrease  possible  AC  meter  error  from  +4% 
to  +^0.5%  and  to  ccanpensate  for  the  small   (+1%)  power  factor  correction  uncertainty  in 
a  VA  determination  of  gauge  watts . 
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A  schematic  of  the  furnace  interior  is  shown  in  Figure  5.     It  is  only  slightly 
different  from  the  previously  described  arrangement    (2),     The  carbon  atmosphere  from 
the  samples  of  this  study  attacks  the  tantalum  wire  voltage  probes.     A  thin  (0.13  mm, 
0.005")   tantalum  sheet  placed  at  the  I.D.  of  the  specimen  within  the  anti-contamination 
space  serves  as  a  "getter"  to  retard  attack  on  the  probes.     Alternately,   tungsten  may 
be  used  for  probe  wire  when  the  higher  impedance  electronic  wattmeter  or  a  digital 
voltmeter  are  employed  since  I^r  losses  in  the  probe  wire  are  then  not  significant. 


4.     Data  and  Analysis 

The  formula  for  calculating  )^  in  a  radial  geometry  has  appeared  in  many  papers 
and  texts  and  is: 

rl 

2  lAT 

when:     q  =  power  in  watts,   dissipated  in  the  central  gauge  length 
1  =  central  gauge  length  in  meters 
^T  =  temperature  gradient  in  °C  between  two  radial  isotherms 
^\,^2  -  radii  of  the  two  radial  isotherms 

then  A  is  the  apparent  thermal  conductivity  in  W/m°C  directly  without  need  for 
comparative  measurements. 

For  convenience,   a  geometric  factor  may  be  calculated  for  any  pair  of  tempera- 
ture sensing  wells.     The  procedure  is  illustrated  in  Figure  1.     The  form  of  data  accumu- 
lation is  shown  in  Table  1  which  lists  one  set  of  raw  data  for  the  As-Received  ATJ 
graphite  specimen  No.  3.     To  conserve  space,   raw  data  is  not  presented  for  all  specimens^ 
here  but  may  be  obtained  from  the  authors.     Similarly,   calculations  of  A  from  the  raw 
data,  using  the  geometric  factors  are  presented  in  Table  2.     It  may  be  seen  from  these 
examples  that  several  types  of  thermocouples   (Chromel-Constantan  and  Platinum-Rhodium 
alloys)   are  used  dependent  upon  the  temperature  difference  to  be  measured,   the  tempera- 
ture range  of  interest  and  the  reactivity  of  the  specimen  or  its  vapors  with  the  ther- 
moelements.    TypicalAT's  for  various  sensing  wells  are  shown.     It  is  also  apparent 
that  the  product  of  "sense  volts"    (an  AC  meter  reading  of  the  2.54  cm  central  gauge 
section)  and  total  inner  heater  current  was  used  to  calculate  gauge  watts. 

Curves  of  thermal  conductivity  vs.  temperature  in  SI  units  for  ATJ  graphite 
both  in  the  As-Received  condition  and  "purified"  state  are  presented  in  Figure  6.  They 
indicated  a  marked  reduction  in  thermal  conductivity  due  to  the  "purification"  process 
of  leaching  and  degassing.     Specimens  were  aligned  with  the  "C"  axis  parallel  to  the 
inner  heater.    Therefore,   the  radial  outward  temperature  gradient  and  measured  conducti- 
vity is  in  the  AB  with-grain  plane. 

Measurements  of  electrical  resistivity  as  a  function  of  orientation  were  made 
on  the  lower  guard  section  of  each  of  the  graphite  samples.     These  are  presented  along 
with  density  measurements  in  Table  3.     Measurements  on  the  center  specimen  were  not 
made  since  this  requires  cutting  the  specimen  and  more  conductivity  values  in  other 
atmospheres  are  desired.     Note  that  the  lower  guard  of  the  "purified"  ATJ  graphite  #2 
appears  to  have  been  cut  incorrectly  by  90°.     Thermal  conductivity  was  to  have  been 
measured  in  the  AB  plane,   and  some  uncertainty  exists  now  as  to  whether  the  AB  plane 
was  the  radial  plane  in  the  specimen.     This  may  account  for  the  converging  conductivi- 
ties at  higher  temperatures  in  the  two  ATJ  graphites  and  will  be  confirmed  by  subsequent 
tests.     The  value  of  electrical  resistivity  measurements,   even  in  the  absence  of  a 
Wiedemann-Franz  law  for  graphite,   is  evident. 

Measurements  were  also  made  on  a  commercial  POCO  AXM  grade  "unpurified"  graphite 
graphitized  at  a  temperature  of  approximately  4000°F .     Thermal  conductivity  is  plotted 
as  a  function  of  temperature  in  Figure  7,   and  is  similar  both  in  magnitude  and  tempera- 
ture dependence  to  "purified"  ATJ  graphite.     Density  and  electrical  resistivity  data, 
listed  in  Table  3,   are  similar  but  not  precisely  in  the  range  listed  for  the  standard 
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TABLE  1     DATA  RECORDED  AT  STEADY  STATE  CONDITIONS 
AS -Received  ATJ  Graphite 


RUN               CENTRAL  RECORDED 
CONDITION         HEATER  DATA  THERMOCOUPLES       OUTER  HEATER     OPTICAL  TEMPERATURES 


Volts 

Amps 

Sense 
Volts 

Gbu  ge 

Watts 

TC-1 

TC-2 

Volts 

Amps 

Tl 

T2 

T3 

Rl-1 

3  . 0 

300 

.  290 

87 

887 

883 

Rl-2 

3.3 

315 

.330 

104 

957 

952 









Rl-3 

5.1 

395 

.610 

243 

1310 

1296 

— 

— 

— 

— 



Rl-5 

6.4 

450 

.770 

347 

— 

— 

9 

80 

1295 

1280 

1258 

Rl-6 

6.9 

450 

.820 

370 

— 

— 

12 

13  5 

1788 

1769 

1753 

R2-1 

1.2 

165 

.090 

14.9 

303 

.37 

302 

.47*  — 

R2-2 

1.8 

245 

.160 

39.2 

525 

.69 

524 

.44*  — 

R3-1 

1.2 

186 

.090 

16.7 

380 

.61 

380 

.11*  — 

R3-2 

2.0 

245 

.180 

44.1 

662 

.33 

660 

.66*-- 

R3-3 

5.0 

390 

.620 

234.0 

1243 

1225 

R3-4 

6.6 

450 

.790 

355.0 

8 

100 

1714 

1670 

*  Thermocouples  Chroma 1-ConStantan 
Traceable  to  NBS  Calibration 


TABLE  2     CALCULATIONS  FOR  AS -RECEIVED  ATJ  GRAPHITE 

STEADY  STATE  GAUGE  MEAN  CONSTANT         RECORDED  THERMAL 

CONDITION  SECTION  TEMPERATURE  FACTOR  DATA  CONDUCTIVITY 

 2c  Watts       AT  mW/mOc 


Rl-1 

TO 

885 

0. 

,0298 

87. 

,00 

4 

6.50 

Rl-2 

TO 

955 

0. 

.0298 

104. 

,00 

5 

6.20 

Rl-3 

TO 

1300 

0, 

.0298 

243  . 

,00 

14 

5.17 

Rl-5 

1-2 

1668 

0. 

.0135 

347  , 

.00 

15 

3.12 

Rl-6 

1-2 

1780 

0. 

.0135 

370, 

.00 

19 

2.63 

R2-1  TO  303  0.0283         14.85  0.90  4.669 

R2-2  TC  525  0.0283         39.20  1.25  8.875 


R3-1 

TC 

380 

0.0283 

16.74 

0. 

.50 

9.46 

R3-2 

TC 

661 

0.0283 

44.10 

1, 

.67 

7.50 

R3-3 

1-2 

1241 

0.0354 

234.00 

18 

4.60 

R3-4 

1-2 

1700 

0.0354 

355.00 

44 

2.79 
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in  the  AFML-ADL  "Thermal  Conductivity  Standards  Program"  (5).      This  suggests  specific 
specimens  will  have  to  be  well  characterized  in  order  that  meaningful,  well  correlated 
comparative  measurements  are  possible. 

A  plot  of  with-lamina  thermal  conductivity  versus  temperature  of  a  commercial 
phenolic  impregnated  phenolic  Refrasil  Char  composite  is  shown  in  Figure  8.     This  is 
included  to  show  that  the  ablative  plastic  impregnation  causes  more  than  an  order  of 
magnitude  decrease  in  thermal  conductivity  (note  the  scale  change) .     Moreover,  the 
temperature  dependence  has  changed  radically.     Top  measurement  temperature  is  limited 
by  the  temperature  stability  of  the  sample  and  its  attack  on  both  furnace  components 
and  thermocouples  at  higher  temperatures . 

5.  Conclusions 

The  description  of  apparatus,   techniques  and  specimens  and  the  results  of  initial 
tests  on  selected  graphite  structures  presented  here  summarizes  the  first  part  of  a 
continuing  program  designed  to  define  more  closely  the  high  temperature  characteristics 
of  graphite  materials.     Equipment  is  available  which  can  determine  changes  in  X  due  to 
materials  processing  and  which  is  sufficiently  sensitive  to  differentiate  between 
specimens  of  slightly  different  microstructure,   composition  or  thermal  history.  The 
effects  of  these  differences  and  of  various  atmospheres  in  the  "pores"  of  porous 
graphite  structures  is  being  studied  with  the  hope  of  presenting  additional  data  at 
next  year's  conference. 


Table  3.     Specimen  Characterization.     Electrical  Resistivity  Measurements. 


Graphite  Material 

Poco  AXM  #1 
Poco  AXM  #1 
Purified  ATJ  #2 
Purified  ATJ  #2 
Purified  ATJ  #2 
As  Rec'd  ATJ  #3 
As  Rec'd  ATJ  #3 


Material 

POCO  AXM  #1 
Purified  ATJ  #2 
As  Rec'd  ATJ  #? 


(direction) 

C 
AB 

C 
AB 

AB  (90O) 

C 
AB 

Density  Measurements 

Density  (g/cc) 

1.73 
1.67 
1.72 


Resistivity  (ohm-cm  x  10~3) 


1.72 
1.69 
1.11 
1.83 
1.15 
1.93 
1.12 


Density  (lbs/ft3) 


108. 1 
104.4 
107.5 
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0.990"   Deep  by  0.063  dia. 


Dimensions  in  Inches 


Factor  Calculations 
r2 

Factor=ln  ri 

2  TT  1 

where:    1-Voltage  Probe  Separation  in  cm 
ri-r 2=Appropriate  Radii 


1)  .     Thermocouple  wells  (Etc) 

.622 

Ftc=  In   .492       =  In  1.498  = 
2  'y  2 . 54  15 .95 

2)  .     Radial  T1-T2 


.0251 


Fi-?=     In  .492 
2  77*2  .  54 


In  1.265  =  .0146 


15  .95 


3)     Radial  T2-T3 
F2-3 


.867 

In   .622  =  In  1.333  =  .0208 


2  IT  2.S^  15.95 
4)  .     Radial  T^^-Tj 


Fl-3 


.867 

In    .492   =   In   1.568  =  .0355 


2'^2.54  15.95 


Figure  1  -  Specimen  Measurements  and 
Geometric  Factor  Calculations  -  Purified  ATJ  Graphite 


Figure  2.     Specimen  stack,  with  thermocouples,  assembled 
on  Zirconia  Pedestal. 
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Figure  3.     Sample  installation  into  furnace.  Lower 
Vacuum  Bell  Assembly  Pivoted  Aside. 


Figure  4.     Front  View  of  Apparatus  in  Operation. 

(All  photographs  courtesy  of  the  General  Electric  Co.) 
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Figure  7 
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An  Investigation  of  the  Mechanisms  of  Heat  Transfer 
in  Low-Density  Phenolic- Nylon  Chars 

E.  D.  Smyly  and  C.  M.  Pyron,  Jr.  ^ 

Southern  Research  Institute 
Birmingham,  Alabama  35205 


An  investigation  is  being  made  of  the  mechanisms  of  heat  transfer 
during  ablation  in  low-density  phenolic- nylon  chars.    The  total  objective  of 
the  study  is  to  develop  a  thermal  model  which  can  be  correlated  with 
characterization  studies  and  property  measurements  made  in  the  labora- 
tory to  analytically  extrapolate  and  predict  the  overall  effective  thermal 
conductivity  of  the  material  system  under  reentry  conditions.  The 
objective  of  the  work  to  date  has  been  to  determine  the  apparent  thermal 
conductivity  of  the  char  independent  of  the  act  of  ablation.  Ultimately, 
the  influence  of  the  ablation  process  will  be  included. 

The  chars  used  in  this  phase  were  prepared  in  an  induction  plasma 
torch  from  three  densities  of  a  phenolic- nylon  ablative  material.  The 
effective  thermal  conductivities  of  these  chars  were  measured  in  vacuum 
(<0.  01  torr),  in  nitrogen  and  in  helium  between  200°F  and  1000°F. 

A  thermal  model  was  developed  from  characterization  studies  of  the 
char  structure  and  correlated  with  the  experimental  data  to  develop  an 
equation  which  would  predict  the  solid  conduction,  gas  conduction  and 
radiation.    Values  predicted  by  this  equation  agreed  closely  with  the 
experimental  data  over  the  temperature  range  covered  by  the  measure- 
ments, but  fell  considerably  below  experimental  values  obtained  on  a 
similar  char  at  elevated  temperatures.    It  was  concluded  that  the  con- 
ductivity of  flight  chars  is  increased  at  the  higher  temperatures  by  an 
increase  in  the  conductivity  of  the  matrix  resulting  from  graphitization, 
and  by  radiant  transmission  either  through  voids  or  through  the  matrix 
membranes. 


Key  Words:  Carbon,  char,  graphite,  phenolic- nylon,  porous 
material,  thermal  conductivity. 


1,  Introduction 

Efforts  to  describe  the  mechanisms  of  heat  transfer  through  ablating  materials  have  met  with 
limited  success.    The  application  which  concerns  us  here  is  the  behavior  of  the  char  layer  on  an  abla- 
tive material  during  reentry  independent  of  the  ablating  process.    There  are  several  reasons  why  one 
desires  to  be  able  to  predict  the  response  of  the  char.    For  earth  entry,  the  actual  conditions  cannot 
be  duplicated  in  the  laboratory,  so  that  extrapolation  is  necessary.    The  heat  flux  in  reentry  is  partially 
blocked  by  the  evolution  of  pyrolysis  products  through  the  char.    If  one  attempts  to  measure  the  thermal 
conductivity  of  a  fully  degraded  char  under  steady  state  conditions,  this  blocking  effect  is  absent  and 
must  be  accounted  for  by  analysis.    On  the  other  hand,  if  the  measurements  are  made  under  transient 
conditions  which  are  less  severe  than  reentry,  the  data  also  require  analytical  corrections.    There  are 
arguments  pro  and  con  for  both  steady  state  and  transient  techniques.  However,  in  brief,  the  arguments 


^Associate  Engineer  and  Head,  Thermodynamics  Section,  respectively. 
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against  the  steady  state  technique  are  that  fairly  long  times  are  required  for  the  measurements  during 
which  the  apparent  thermal  conductivity  of  the  char  may  be  altered  by  graphitization.    On  the  other  hand, 
the  transient  measurements  are  subject  to  errors  in  defining  temperature  gradients  in  the  degrading 
material  whose  properties  are  changing  with  depth,  while  the  heat  blocking  effect,  previously  mentioned, 
takes  place.    It  is  not  the  purpose  of  this  paper  to  argue  the  merits  of  test  techniques  but  to  propose  one 
approach  to  analytically  predict  flight  performance  from  laboratory  data.    The  method  used  was  to 
produce  chars  in  a  plasma  jet,  and  to  develop  a  thermal  model  for  this  char  which  would  provide  the 
basis  for  analytical  expressions  for  the  apparent  thermal  conductivity  of  this  char.    These  expressions 
are  compared  with  experimental  data  obtained  on  these  chars  under  various  gas  environments  at  tempera- 
tures ranging  from  ambient  to  1000°F  (540°C)  and  with  data  obtained  in  a  helium  environment  at  ele- 
vated temperatures.    In  subsequent  programs,  the  ablation  process  will  be  injected  into  the  solution. 

2.  Materials 

3 

Chars  were  made  from  virgin  material  of  three  different  densities  (19,  30  and  42  lb/ft  ).  The 
virgin  material  was  a  low-density  phenolic- nylon  which  consisted  of  40  wt%  nylon  (Du  pont  Zytel  103), 
25  wt%  phenolic  resin  (Union  Carbide  BRP-5549),  35  wt%  phenolic  Microballoons  (Union  Carbide  BJO- 
0930).    Densities  were  varied  through  variation  of  the  molding  pressures.    The  starting  materials  were 
post  cured  at  about  300°F.    A  more  detailed  description  of  composition  and  processing  conditions  is 
presented  in  Reference  flj.^ 

3.    Preparation  and  Characterization  of  Samples 

The  specimens  were  charred  in  an  induction  plasma  jet  consisting  of  about  70  percent  argon- 
30  percent  nitrogen  by  volume.    Cold  wall  heat  flux  densities,  as  measured  by  a  slug  calorimeter, 
averaged  about  170  Btu/ft^-sec  at  the  specimen  location  about  one  inch  from  the  end  of  the  quartz  tube 
housing  the  plasma.    Observed  front  surface  temperatures  of  the  specimens,  measured  with  an  optical 
pyrometer,  averaged  about  4100°F.    The  charring  times  were  varied  between  125  seconds  and  180 
seconds,  depending  on  the  density  of  the  sample,  to  obtain  chars      inch  thick.    The  chars  were  machined 
into  specimens  1  inch  diameter  x     inch  thick.    Since  the  chars  were  quite  friable,  it  was  necessary  to 
impregnate  them  before  machining  to  provide  sufficient  mechanical  strength.    The  impregnant  used 
was  polyalphamethylstyrene,  a  material  which  could  be  completely  volatilized  by  baking  the  specimens 
at  about  700°F. 

Bulk  densities  were  determined  from  weight  and  volume  calculations.    True  densities  were 
determined  by  pulverizing  the  samples,  weighing  them,  and  measuring  their  volume  in  a  pycnometer. 
At  least  75  percent  of  the  pulverized  sample  consisted  of  particles  less  than  two  microns  in  diameter 
while  none  of  the  particles  were  larger  than  12  microns.    Porosity  was  calculated  from  the  relation 

P  =  1  -  _Pb_ 

PT  (1) 

where  P,  p  g,  and  p     are  the  porosity,  bulk  density  and  true  density,  respectively.    Results  are  given 
in  Table  1.    Note  that  the  bulk  densities  of  the  chars  ranged  from  12  to  20  Ib/ft^,  whereas  the  respec- 
tive porosities  ranged  from  88  percent  to  79  percent. 

Pore  size  distributions  in  the  chars  were  obtained  by  visual  observation  under  the  microscope 
with  the  aid  of  a  calibrated  eye  piece  which  reads  in  filar  units.    The  specimens  used  for  the  photo- 
micrographic  evaluations  were  not  impregnated.    The  specimens  were  viewed  at  lOOX  magnification  in 
a  plane  parallel  to  the  charring  direction.  The  pore  diameter  measurements  were  made  in  a  central 
zone  midway  between  the  front  and  back  surfaces  of  the  sample.    Two  traverses  a  few  mils  apart  were 
made  across  the  char  at  this  location.    When  grossly  irregular  pores  were  encountered,  the  diameter 
was  approximated.    Cracks  which  ran  parallel  to  the  charring  direction  were  not  included  in  the  mea- 
surements, and  only  openings  which  were  nearly  enclosed  were  counted  as  pores.    Some  areas  appeared 
to  represent  locations  where  several  pores  had  been  blown  out.    Since  these  areas  were  enclosed  by 
pores  on  all  sides,  they  were  counted  as  large  pores  since  they  probably  were  created  during  the 
charring  process.    Shown  in  Figure  1  are  photomicrographs  of  the  char  produced  from  the  three 


^Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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materials  of  different  virgin  densities.    Pictures  1(a)  and  1(c)  are  typical,  whereas  pictures  1(b)  and 
1(d)  are  not  typical  (as  many  large  openings  as  are  shown  do  not  appear  in  the  typical  photomicrograph). 
The  porous  areas  shown  in  figure  1(b)  (away  from  the  large  openings)  are  typical.    The  samples  shown 
in  figures  1  (a),  1(b),  and  1(c)  were  used  for  the  pore  size  measurements. 


Table  1.    Results  of  bulk  and  true  density  measurements 

and  porosity  calculations  for  low- density  phenolic- 
nylon  chars. 


Nominal 

Dens  ity 

Bulk 

Average 

of  Virgin 

Densities 

Porosity 

Material 

of  Chars 

True  Density 

for  Each 

(gm/cm  ) 

Specimen 

(gm/cm^) 

(gm/cm^) 

Porosity  (b) 

Virgin  Density 

Remarks 

0.305 

19-4 

0. 196 

1.526(a) 

0.  872 

Before  run 

19-4 

0.  188 

1.  526(a) 

0.  877 

0.876 

After  run 

19-5 

0.  186 

0.  875/0.811 

After  run 

0.481 

30-3 

0.  282 

0.813/0.823 

Not  evaluated 

30-4 

0.  271 

1.  501(a) 

0.  820 

0.  824 

After  run 

30-6 

0.  257 

0.829/0.  839 

After  run 

0.  673 

42-3 

0.322 

0.783/0.  786 

After  run 

42-4 

0.319 

1.479(a) 

0.  785 

0.  786 

After  run 

42-5 

0.  315 

0.  788/0.  790 

After  run 

(a)  Char  was  ground  using  mortar  and  pestle.    Particle  sizes  of  powder  used  in  measurements  were: 
2  microns  or  less       -  75  percent 
3-5  microns  or  less    -  20  percent 
6-12  microns  or  less  -    5  percent 


(b)  A  porosity  range  is  given  for  those  samples  on  which  true  density  measurements  were  not  made. 
Range  is  based  on  the  two  different  true  density  measurements  made  on  impregnated  and  unim- 
pregnated  chars. 

Histograms  of  the  distribution  of  pore  diameters  were  plotted  for  each  char  porosity.    The  average 
pore  diameters  of  the  materials  with  porosities  of  0.  88,  0.  82  and  0.  79  were  69,  18,  and  35  microns, 
respectively.    There  was  no  distinct  correlation  between  the  pore  diameter  distribution  and  the  bulk 
density  of  either  the  virgin  material  or  the  char.    However,  the  histograms  gave  reasonable  agree- 
ment and  indicated  the  approximate  range  of  pore  diameters.    A  typical  histogram  is  shown  in  Figure  2. 
Apparently,  the  average  pore  diameter  decreases  with  increasing  bulk  density  up  to  a  point  and  then 
increases.    Perhaps  the  porosity  of  the  virgin  structure  permits  outgassing  through  paths  following 
the  existing  voids  up  to  a  point  where  the  existing  voids  cannot  handle  the  gas  evolution    and  then  larger 
paths  (and  pores)  are  formed  to  provide  gas  release. 

4.    Experimental  Apparatus  and  Procedure 

The  effective  thermal  conductivity  measurements  were  made  in  one  direction  (the  charring 
direction)  in  a  comparative  rod  apparatus.    Since  this  type  of  apparatus  is  fairly  standard  and  has  been 
described  numerous  times  in  the  literature,  only  a  brief  description  is  included  here. 

Basically,  this  apparatus  consisted  of  a  stacked  column  with  the  specimen  sandwiched  between 
two  references  of  known  thermal  conductivity.    Heat  was  made  to  flow  through  the  column,  and  the 
thermal  conductivity  was  measured  by  comparing  the  temperature  drop  across  the  specimen  material 
to  the  temperature  drop  through  the  references.    Guard  heaters  were  employed  to  minimize  radial 
heat  losses  and  axial  heat  bypass.    The  guard  section  was  concentric  with  the  specimen  column,  and 
the  annulus  between  the  column  and  the  guard  was  filled  with  diatomaceous  earth  as  an  insulation. 
A  schematic  of  the  apparatus  is  shown  in  figure  3.    A  typical  temperature  profile  through  the  apparatus 
is  given  in  figure  4. 

The  apparatus  was  placed  inside  a  vacuum  chamber  which  was  connected  to  a  15  cfm  mechanical 
pump  and  a  four  inch  diffusion  pump.    With  this  system,  it  was  possible  to  achieve  a  vacuum  level  of 
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0.  002  torr.    Pressures  were  measured  with  a  Hastings  thermocouple  vacuum  gage  below  0.  1  torr,  a 
McLeod  vacuum  gage  between  0.  1  torr  and  5  torr,  a  Dubrovin  vacuum  gage  between  1  torr  and  20  torr, 
and  a  bourdon  tube  gage  above  20  torr. 

The  specimens  were  machined  after  impregnating  the  chars  with  polyalphamethylstyrene  to  pro- 
vide sufficient  mechanical  strength.  Machining  was  performed  by  first  cleaning  up  the  heated  surface 
until  it  was  flat  (this  usually  required  the  removal  of  only  a  small  amount  of  material  since  this  was 
the  best  surface),  then  reducing  ttie  thickness  a  minimum  amount  until  the  back  (substrate)  surface  was 
flat  and  parallel  with  the  front  surface.  The  specimen  was  then  turned  to  1  inch  outside  diameter,  and 
0.  040  inch  thermocouple  holes  were  drilled  0.  093  inch  from  either  surface.  The  gage  length  between 
thermocouples  generally  averaged  about  0.  25  inch. 

After  being  machined,  the  specimens  were  baked  at  700°F  under  a  nitrogen  purge  to  remove  the 
im  pregnant. 

The  basic  uncertainty  in  the  comparative  rod  apparatus  is  +  5  percent  for  a  normal  specimen.  The 
uncertainty  was  increased  for  these  evaluations  because  of  the  shorter  specimens,  and  the  low  thermal 
conductivity  of  the  specimens  which  resulted  in  a  mismatch  between  the  specimen  conductivity  and  the 
reference  conductivity.  Two  reference  materials  were  available;  one  was  Code  9606  Pyroceram,  which 
has  a  conductivity  of  about  50  x  10"^  Btu/sec-ft-°F,  and  the  other  was  Pyrex,  which  has  a  conductivity 
of  about  20  X  10"^  Btu/sec-ft-°F.    The  Pyrex  gave  a  better  match;  however,  because  of  the  transparency 
of  Pyrex  to  radiation  at  temperatures  above  500°F,  Pyroceram  was  used  for  most  of  the  measurements. 
When  a  mismatch  occurs,  it  sets  up  conditions  for  some  of  the  heat  flow  through  the  upper  reference  to 
bypass  the  specimen,  thus  resulting  in  the  measured  value  being  higher  than  the  true  value  (if  the  speci- 
men has  a  lower  conductivity  than  the  reference).    Further,  analyses  by  Flynn  [2j  and  Robinson  [Sj 
have  shown  that  the  error  introduced  is  a  function  of  the  conductivity  of  the  insulation  material.  Based 
on  these  analyses  errors  introduced  by  the  mismatch  were  estimated  to  be  negligible  in  vacuum,  about 
+  5  percent  in  nitrogen  and  about  +  15  percent  in  helium.    However,  the  error  calculations  were  based 
on  conditions  which  did  not  conform  exactly  to  the  experimental  conditions  and,  hence,  are  subject  to 
considerable  uncertainty  themselves.    For  this  reason,  the  corrections  were  not  applied  to  the  data. 
A  consideration  of  all  of  the  errors  led  to  the  conclusion  that  the  random  precision  in  the  system  was 
about  +  10  percent  with  a  possible  bias  error  of  +15  percent. 

5.    Experimental  Data 

The  apparent  thermal  conductivity  was  measured  on  two  or  more  specimens  each  of  chars  made 
from  19,  30,  and  42  Ib/ft^  virgin  phenolic- nylon.    The  measurements  were  made  in  the  charring  direc- 
tion with  the  temperature  gradient  maintained  in  the  same  direction  as  it  occurred  during  charring. 
Measurements  were  made  in  vacuum  (less  than  0.  01  torr),    in  nitrogen  and  in  helium  over  a  tempera- 
ture range  from  400°F  to  1000°F.    At  about  500^F  data  were  obtained  at  various  pressures  ranging  from 
less  than  0.  01  torr  to  one  atmosphere  to  determine  the  pressure  dependence  of  the  conductivity. 

The  apparent  thermal  conductivity  versus  temperature  is  plotted  in  figures  5,  6,  and  7  for  19,30 
and  42  Ib/ft^  chars.    The  low  data  for  specimen  42-4  probably  resulted  from  deterioration  of  the  lower 
or  substrate  surface  of  this  specimen  during  the  run.    The  gage  length  of  specimen  42-3  was  only  0.  133 
inch  (about  half  that  of  the  other  specimens)  which  may  have  created  some  additional  errors  in  its  eval- 
uation. 

A  composite  plot  of  the  apparent  thermal  conductivities  of  the  three  chars  is  presented  in  figure  8. 
No  distinct  correlation  is  seen  between  the  char  porosity  or  density  of  the  virgin  material.    In  vacuum 
and  in  nitrogen  the  conductivity  of  the  0.  79  porosity  char  fell  between  that  of  the  0.  82  and  0.  88  porosity 
chars,  but  was  the  lowest  of  the  three  in  helium. 

Measurements  of  the  apparent  conductivities  as  a  function  of  ambient  gas  pressure  were  made  for 
all  three  chars  in  nitrogen  and  in  helium  at  an  average  mean  temperature  of  500°F.    A  typical  plot  show- 
ing the  apparent  thermal  conductivity  of  the  0.  82  porosity  char    versus  ambient  gas  pressure  in  nitro- 
gen is  shown  in  figure  9.    The  88  and  79  percent  chars  behaved  similarly  and  for  brevity  these  plots  are 
not  reproduced  here,  but  may  be  found  in  Reference  [4]  .    Observe  that  the  apparent  thermal  conduc- 
tivity of  the  char  was  constant  at  pressures  between  about  300  torr  and  760  torr.    Below  300  torr  the 
conductivity  decreased,  finally  reaching  a  second  plateau  at  about  1  torr.     This  behavior  can  be 
explained  as  follows:  at  higher  pressures  the  mean  free  path  of  the  gas  molecules  is  shorter  than  the 
separation  distance,  or  average  pore  size,  of  the  char  and  energy  is  transferred  through  the  gas  almost 
entirely  by  intermolecular  collisions.    As  the  pressure  is  reduced,  the  mean  free  path  becomes  on  the 
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order  of  the  separation  distance  and  the  gas  molecules  transfer  energy  both  by  intermolecular  collisions  and 
by  collisions  with  the  cell  walls.    This  range  of  pressures  (or  mean  free  paths)  corresponds  to  the  knee 
of  the  curve.    As  the  pressure  is  further  reduced,  the  mean  free  path  becomes  longer  than  the  separa- 
tion distance,  and  the  gas  molecules  give  up  energy  almost  entirely  by  collisions  with  the  cell  walls  so 
that  a  further  reduction  in  pressure  has  no  effect  on  the   conductivity.      Comparing  figure  3  with 
figure   9,  it  can  be  seen  that  the  range  of  measured  pore  sizes  corresponds  rather  closely  with  the  cal- 
culated range  of  mean  free  paths  over  which  the  apparent  thermal  conductivity  decreases. 

It  is  also  important  to  note  that  the  change  in  the  apparent  conductivity  of  the  char  as  pressure  is 
increased  from  vacuum  to  one  atmosphere  is  greater  than  the  thermal  conductivity  of  the  gas.  This 
indicates  either  strong  dependence  on  the  gas  thermal  conductivity  or  convection  effects.    Radiation,  if 
it  were  present,  would  be  a  constant  component. 

Recall  from  the  prior  discussion  that  the  theoretical  analysis  of  the  bias  error  introduced  because 
of  the  conductivity  mismatch  between  the  specimens  and  the  references  predicted  positive  errors  of  5 
and  15  percent  in  nitrogen  and  helium,  respectively.    This  is  being  recalled  because  there  have  been 
several  analyses  of  porous  materials  which  would  predict  nearly  the  total  gas  thermal  conductivity  as 
the  contribution  of  the  gas  to  the  measured  thermal  conductivity  for  this  range  of  porosities,  and  it  is 
important  to  determine  if  this  low  prediction  is  probable  within  the  experimental  error.    The  last  two 
columns  in  table  2  give  the  maximum  possible  percentage  change  in  the  measured  apparent  thermal 
conductivity  which  can  be  attributed  to  the  gas  and  the  difference  between  this  value  and  the  measured  value, 
respectively.    In  the  last  column,  observe  that  with  one  exception  the  difference  in  the  measured 
increase  in  conductivity  and  the  increase  obtained  by  adding  the  thermal  conductivity  of  the  gas  exceeded 
the  15  percent  bias  error  in  the  measurement.    This  is  important  in  that  it  indicates  that  the  thermal 
conductivity  of  the  gas  can  have  more  effect  on  the  "apparent"  thermal  conductivity  of  the  char  than  its 
own  value.    This  effect  has  appeared  in  the  literature  before.    Young,  Hartwig  and  Norton  [5]  presented 
data  for  firebrick  of  0.82  porosity.  The  apparent  thermal  conductivity  increased  in  air  (nitrogen)from  1,46  x 
10'^  Btu/sec-ft-°F  at  0.  05  torr  to  2.  52  x  10"^  Btu/sec-ft-°F  at  760  torr  for  a  change  of  73  percent.  By 
assuming  that  the  air  contributed  its  total  conductivity,  the  change  would  have  been  only  40  percent 
(based  on  a  gas  conductivity  of  0.48  x  10"^  Btu/sec-ft-°F).  One  might  argue  that  convection  effects  are 
present.    Evidence  will  be  presented  later  which  indicates  that  this  effect  is  small.    For  the  range  of 
porosities  which  have  been  evaluated,  there  is  small  possibility  that  the  matrix  is  continuous,  especially 
considering  the  violent  birth  of  the  material.    Therefore,  delaminations  and  voids  must  exist  which  offer 
infinite  resistance  to  heat  flow  at  vacuum  but  which  become  conducting  paths  when  a  continuum  gas  is 
introduced. 


Table  2.    Comparison  of  the  experimental  data  at  approximately  500°F  for  the  three  char  densities 


Specimen 
Number 

Average 

Bulk 
Density 
(gm/cm3) 

Average 
Porosity 

Average  apparent 
thermal  conductivity  in 

Absolute  change  in  apparent  thermal 
conductivity  going  from  vacuum, to 

Vacuum 
in  10"^  Btu 

Nitrogen 
in  10"^  Btu 

Helium 
in  10"^  Btu 

Nitrogen 
in  10"^  Btu 

Helium 
in  10"^  Btu 

sec  ft  °F 

sec  ft  °F 

sec  ft  °F 

sec  ft  °F 

sec  ft  °F 

19-4  and 
19-5 

0.  187 

0.  88 

9.  0 

12.  5 

18.  8 

3.5 

9.8 

30-4  and 
30-6 

0.  264 

0.  82 

14.  5 

17.  5 

22.  0 

3.  0 

7.  5 

42-3  and 
42-5 

0.318 

0.  79 

13.  0 

17.  5 

22.  0 

4.5 

9.  0 

Specimen 
Number 

Percent  Change  in 
Going  from  Vacuum 
to  (a) 

Maximum  Possible  %  Change 
due  to  Gas  Conduction 

Difference  between  measured  % 
Change  and  Maximum  Possible  % 
Change  due  to  Gas  Conduction 

Nitrogen 

Helium 

Nitrogen 

Helium 

Nitrogen 

Helium 

19-4  and 
19-5 

38.  8 

108.  8 

6.  5 

39 

32.  3 

69.  8 

30-4  and 
30-6 

20.6 

51.7 

4.  1 

25 

16.  5 

26.  7 

42-3  and 
42-5 

34.6 

69.  2 

4.5 

27 

30.  1 

32.  2 

(a)  Percent  change  -    -'^PParent  thermal  conductivity  in  gas  -  apparent  thermal  conductivity  in  vacuum 

Apparent  thermal  conductivity  in  vacuum 
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6.    Thermal  Analysis 


In  order  to  separate  the  effects  of  radiation,  solid  conduction,  gas  conduction  and  convection  on 
the  apparent  thermal  conductivity  of  the  char,  a  thermal  analysis  was  performed.    This  analysis  also 
allowed  the  isolation  of  one  of  the  important  intrinsic  properties  of  the  char,  the  thermal  conductivity 
of  the  matrix.  , 

In  the  thermal  analysis,  each  of  the  aforementioned  modes  of  heat  transfer  was  considered. 
Before  proceeding  to  the  thermal  model  some  work  by  other  authors  should  be  discussed. 

6.  1.    Analyses  of  Porous  Materials 

Russell  [6],  Goring  and  Churchill  [?]  ,  Euken  (presented  in  Reference  [Sj),  Loeb  [9],  and  many 
other  authors  have  presented  equations  for  predicting  the  apparent  thermal  conductivity  of  porous 
materials.    In  addition,  an  equation  derived  by  Bruggeman  (presented  in  a  paper  by  Powers  [lO]  )  for 
dispersions  may  be  applied  to  porous  materials.    This  may  be  done  by  treating  the  pores  as  the  dis- 
persed phase  and  using  the  conductivity  of  the  gas  within  the  pores  as  the  conductivity  of  this  phase. 
The  char  solid  would  be  treated  as  the  continuous  phase.    In  all  of  these  analyses  the  authors  have 
assumed  that  the  matrix  was  continuous  (contained  no  delaminations  or  irregularities),  and  most  of 
them  give  nearly  identical  results.    For  completeness,  Russell's  equation,  which  has  found  general 
acceptance,  was  applied  to  the  data  to  ascertain  how  closely  the  models  for  continuous  matrices  apply. 
Russell's  equation  may  be  written  [6  ] 

kgP^/^^k^  (1-  P-/3) 
^  k„P^/3   -  k„P   +  k^  (1  -   p2/3    +  p) 


where 


kg^  =  apparent  thermal  conductivity 

k^  =  thermal  conductivity  of  matrix 

kg  =  thermal  conductivity  of  void 

P  =  porosity 


Russell's  equation  was  applied  to  the  data  by  reducing  k^^ (matrix  conductivity)  from  the  vacuum  data 
and  then  predicting  the  values  for  nitrogen  and  helium.    Also,  k^^^  was  reduced  from  the  nitrogen  data, 
and  the  vacuum  and  helium  values  were  predicted.    A  temperature  of  500°F  was  assumed  for  these 
calculations  and  radiation  was  neglected.    The  vacuum  data  probably  contain  the  least  uncertainty;  there- 
fore, for  a  comparison  with  the  measured  data,  the  predictions  based  on  the  vacuum  data  should  be 
most  meaningful.    The  results  of  these  calculations  are  shown  in  table  3.    Note  that  with  one  exception 
the  values  predicted  by  Russell's  equation  fell  below  the  measured  values  by  a  greater  percentage  than 
can  be  attributed  to  uncertainty  in  the  measurements  (maximum  of  25  percent),  indicating  that  a  non- 
continuous  model  should  be  assumed  for  the  highly  porous  chars. 

Table  3.    Results  obtained  by  applying  Russell's  equation  to  experimental  data  at  500°F 


Specimen 
Number 


19-4 
19-5 
30-4,30-6 
42-3 
42-4 
42-5 


Apparent  Thermal  Conductivity  Predicted  by  Russell's  Equation  Using 
Value  of  Matrix  Conductivity  Reduced  from  Vacuum  Data 
in  10-^  Btu/sec-ft-°F 


Reduced 


■m- 
103 
92 
116 
88 
51 
76 


In  vacuum 
at  500°F 
(532°K) 


Measured 


9.  0 
8.  1 
14.  8 
la.  9 
8.  1 
12.  0 


In  Nitrogen  at  500°F  (532°K) 


Predicted 


9.  5 
8.  6 
15.7 
14.  8 
8.6 
12.  5 


Measured 


Percent(a) 
Difference 


14. 
11. 
17. 
18. 
11. 
16. 


51.  2 
32.4 
10.2 
25.  0 
35.  1 
31.4 


In  Helium  at  500°F  (532°K) 


Predicted 


12.  3 
11.3 
18.  1 
17.  1 
11.3 
15.3 


Measured 


20.  1 
16.  2 

21.  9 
24.3 
18.  5 
18.  9 


Percent  (a) 
Difference 


64.  1 
42.8 
21.  7 
41.8 
63.  2 
24.  2 


(a)  Percent  difference  =   measured  conductivity  -  predicted  conductivity  percent 

predicted  conductivity  ^  percent 
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6.  2.    Development  of  the  Thermal  Model 


a.    Physical  and  Thermal  Model 

A  physical  model  was  assumed  which  is  a  first  approximation  to  a  noncontinuous  matrix.  This 
model  is  shown  in  figure  10(a).    It  was  assumed  that  the  material  contained  cracks  which  were  parallel 
to  the  direction  of  heat  flow.    These  cracks  were  assumed  to  occupy  some  fraction  of  the  total  area  and 
extend  across  the  thickness  of  the  material.    The  char  does  contain  these  long  cracks  but  obviously  they 
do  not  extend  through  the  full  thickness;  some  interconnections  exist.    However,  the  number  of  inter- 
connections appeared  to  be  small.    It  was  also  assumed  that  a  large  number  of  one- dimensional  heat 
flow  channels  existed.    Note  that  a  heat  flow  channel  consisted  of  porous  material.  Some  fraction  of 
the  total  area,  (l-f)F,  was  assumed  to  consist  of  continuous  (undelaminated)  flow  channels  and  the  re- 
maining area,  (l-f)(l-F),  was  assumed  to  contain  delaminations  (cracks,  breaks,  or  large  voids,  nor- 
mal to  the  heat  flow).    That  these  separations  do  exist  is  evident  from  photomicrographs  of  the  char. 
Observe  in  figures  1(b)  and  1(d)  that  voids  which  separate  porous  areas  are  readily  visible.    The  voids 
shown  are  perhaps  50  to  100  microns  in  thickness.    Also  observe  in  figure  1(a)  that  areas  exist  where 
the  pores  are  not  continuous,  and  delaminations  several  pore  diameters  long  are  apparent.  It  is  obvious 
that  the  char  does  not  consist  of  well  defined  delaminated  and  undelaminated  heat  flow  channels.  Further 
the  heat  flow  will  tend  to  concentrate  in  the  solid  areas  adjacent  to  a  delamination  and  thus  somewhat 
bypass  the  delamination.    However,  for  purposes  of  this  analysis,  bypassing  effects  were  neglected, 
and  the  heat  flow  was  assumed  to  be  one  dimensional. 

The  thermal  conductance  network  which  describes  the  heat  flow  through  the  assumed  physical 
model  is  shown  in  Figure  10(b).    The  separate  conductances  are  outlined  below: 


radiant  conductance  through  cracks  parallel  to  the  heat  flow 
gas  conductance  through  cracks  parallel  to  the  heat  flow 
solid  conductance  through  undelaminated  area 
radiant  conductance  through  undelaminated  area 
gas  conductance  through  undelaminated  area 

radiant  conductance  through  porous  area  in  the  delaminated  area 
solid  conductance  through  porous  area  in  the  delaminated  area 
gas  conductance  through  porous  area  in  the  delaminated  area 
radiant  conductance  across  delamination 
gas  conductance  across  delamination 


Now  that  the  physical  model  and  the  thermal  conductance  network  have  been  defined  the  equations 
for  the  conductances  will  be  explored.  Each  of  the  modes  of  heat  transfer,  radiation,  solid  conduction, 
gas  conduction  and  convection  will  be  discussed  under  separate  headings. 


Kg 

Kn.' 

K  ' 
r 

Kg' 
Kr 
K 

m 

K 

g 

K 


dr 


K 


dg 
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(1).  Radiation.    There  are  three  radiation  components  of  concern  in  porous  chars.    The  first  is 
radiation  between  the  walls  of  the  pores;  the  second  is  radiation  through  the  cracks  which  are  parallel 
to  the  heat  flow;  and  the  third  is  radiation  across  any  delamination  (separations  normal  to  the  heat  flow) 
In  his  studies  of  porous  materials  (not  chars),  Russell  [6]  considered  radiation  across  the  pores  and 
used  the  pore  diameter  as  the  effective  radiation  length.    His  expression  has  been  modified  slightly  to 
account  for  a  radiant  length  which  may  be  longer  than  one  pore  diameter  because  of  the  somewhat  open 
pore  structure.    The  radiant  conductance  obtained  in  this  manner  is  based  on  the  heat  transfer  between 
two  parallel  plates  a  finite  distance  apart.    The  equation  for  the  radiant  conductance  through  the  porous 
area  in  a  delaminated  flow  channel  may  be  written 

3  /  "  ■  ■ 

_     4a  A    e  T^  x  A^x  /  Radiation  through 

is.^  -  x»       m  r  '  ^ 


where 


+  e  )x 


delaminated  flow  j  (3)-. 
\  channel 


2p  +  e 
^      '    4ae  Tm' 

=  (l-f)(l-F)p'/'A 


and 

a  =  Stefan- Boltzmann  constant  . 

e  =  emittance 

p  =  reflectance 

X  =  characteristic  radiant  length 

T     =      absolute  temperature 
m  ^ 

f      =      fraction  of  total  cross- sectional  area,  normal  to  the  heat  flow,  occupied  by  the 

cracks  which  are  parallel  to  the  heat  flow 
F      =      fraction  of  heat  flow  channels  which  are  undelaminated 
A      =      total  area 
P      =  porosity 

4  4  _  3 

Note  that  the  radiation  term  ct(Tj    -       )  has  been  written  as  4aTj^    AT.    By  algebraic  manipulation  it 
can  be  shown  that  these  expressions  are  equivalent  within  three  percent  error  if  AT  ^    0.  346Tj^.  This 
will  be  true  for  a  reasonable  heat  flux  and  char  thickness.    Note  in  eq  3  that  the  term  x/x  has  been 
introduced  where  x  is  some  characteristic  radiation  length  which  is  an  unknown  for  phenolic- nylon  chars 
in  general.    This  term  was  introduced  because  Kj-  is  a  conductance  term  and  in  order  to  obtain  an 
expression  for  the  radiant  conductivity  from  eq  3,  a  length  term  is  needed,  i.  e.  ,  kj,  =  Kj^x/Aj.  where  kj, 
is  the  radiant  conductivity.    Thus,  an  expression  for  the  radiant  conductivity  would  contain  x  in  the 
numerator  only.    If  x  is  thought  of  as  the  spacing  between  parallel  plates,  it  is  obvious  that  the  larger 
the  number  of  plates  (in  a  given  length)  the  smaller  x  will  be  and  consequently  the  radiant  conductivity 
will  be  less. 

The  term  (2p  +  e  )  in  eq  3  arises  from  the  use  of  the  graybody  shape  factor  for  the  heat  transfer 
between  the  two  surfaces  with  the  shape  factor  being  equal  to  one. 

As  it  is  written  eq  3  applies  to  radiation  through  the  porous  area  in  a  delaminated  flow  channel. 

A  similar  expression  also  applies  to  the  radiant  conductance  of  an  undelaminated  flow  channel.  This 

equation  may  be  obtained  as  follows:   Take  the  reciprocal  of  the  thermal  conductance  of  an  element  of 

length  X, (Aj-'x/ax).    This  gives  the  thermal  resistance,  ax/Aj-'x,  of  one  element.    Then  sum  all  of  the 

resistances  over  the  total  length  L.    In  this  manner  the  radiant  thermal  resistance  aL/A  'x  is  obtained. 

r 

Take  the  reciprocal  of  the  thermal  resistance  to  obtain  the  thermal  conductance 


K 


r 


A-r'^  / Radiation  through 


aL  I  undelaminated  flow  channel  /  (4) 

where 


432 


A^'    =  (l-f)FP^'^A 

L      =   thickness  across  which  heat  is  being  transferred 


The  radiant  conductance  through  the  cracks  parallel  to  the  heat  flow  may  be  written 

3 

4(7  F       LT      A  ■ 
Kpj^  =  m      R  (Radiation  through  cracks)  (5) 


where  ^       .........  • 

^R  = 

In  eq  5,  L  represents  the  length  of  the  crack  and  F^j,^  is  a  reradiation  shape  factor.    Values  of  the 
shape  factor  may  be  estimated  from  curves  developed  by  Jakob  [11]   for  radiation  through  openings. 
All  that  is  needed  for  the  approximation  is  the  ratio  of  the  minimum  crack  dimension  to  the  crack  length. 
The  term  L/L  was  introduced  for  use  later  in  summing  conductances. 

The  radiant  conductance  across  the  delaminations  may  be  written 

3 

K,     =    4aA,eT^  t        A,t         /t->  j-  j.-  ^  i      •  \  /e!\ 

dr   d      m  d  (Radiation  across  delaminations;  (b) 


(2p  +  e)t  at 


where 

t   =   delamination  thickness 
A^=  (l-f)(l-F)A 

Equations(3)through  fe)should  adequately  describe  the  radiant  heat  transfer.  The  two  major  un- 
knowns in  these  equations  are  (1)  the  radiant  length  through  the  porous  area,  and  (2)  the  delamination 
thickness.    Transparency  of  the  solid  was  neglected;  this  aspect  requires  further  study. 

(2)  Solid  Conduction.    Solid  conduction  through  the  char  accounts  for  a  considerable  portion  of  the 
heat  transfer.    The  matrix  conductance  for  a  delaminated  flow  channel  may  be  written 


K      =     ^m^m        / Solid  conduction  through  \ 

X  \  delaminated  flow  channel/  (7) 

where 

k       =    thermal  conductivity  of  the  matrix 

A^  =  (i-f)(i-F)(i-p2/3)A  ;  •/ 

In  eq(7)the  solid  conduction  length,  x,  is  taken  to  be  equal  to  the  radiant  length.    This  is  of  no  conse- 
quence since  any  length  can  be  used  as  long  as  the  summing  of  lengths  is  properly  performed.  The 
determination  of  the  effective  cross-sectional  area  is  most  important.    Some  authors  have  used  (l-P)A 
as  the  effective  cross-sectional  area  for  isometric  pores,  where  P  is  the  volume  pore  fraction  [8]  . 
Russell  [6]  and  Ribaud  (presented  in  Reference  [8j)  used  (1-P^/^)A  as  the  effective  conduction  cross 
section.    The  latter  expression  appears  to  best  describe  the  effective  cross- sectional  area.    This  rela- 
tion needs  experimental  verification  for  these  highly  porous  chars  as  it  has  some  bearing  on  reducing 
the  matrix  conductivity  from  experimental  measurements  of  the  "apparent"  thermal  conductivity. 

For  an  undelaminated  flow  channel  the  equation  for  the  solid  conductance  is 
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where 


Km'  = 


k_  A 


12  Sl_  /  Solid  conduction  through 

L  I  undelaminated  flow  channel  I  (8) 


A^'    =  (l-f)F(l-p'^')A 

L       =   total  thickness  across  which  heat  is  being  transferred 


(3).  Gas  Conduction.    There  are  three  gas  conduction  components  in  the  chars:  (1)  gas  conduction 
through  the  porous  areas,  (2)  gas  conduction  through  the  cracks  parallel  to  the  direction  of  heat  flow, 
and  (3)  gas  conduction  across  any  delaminations.    These  conductances  may  be  written  as  follows: 


k  A  / 
K      =     g  g  I  Gas  conduction  through  \ 

X  \delaminated  flow  channel  I 


Kjj'   =   ^g"^g'  /  Gas  conduction  through  \ 

undelaminated  flow  channel/ 


(10) 


k  A 

Kq     =     g  R  /Gas  conduction  through  j 

L  Vcracks 


^dg   "   ^g^d  /Gas  conduction  across  j 

\  delamination  '  ^  ' 


where 


kg  =  thermal  conductivity  of  the  gas 

Ag  =  (l-f)(l-F)  p2/3  A 

Ag'  =  (1-f)  F  P2/3A 

Ar  =  fA 

Ad  =  (l-f)(l-F)A 

X  =  characteristic  radiant  length 

L  =  total  thickness  across  which  heat  is  being  transferred 

t  =  delamination  thickness 


(4).  Convection.    It  was  concluded  that  convection  heat  transfer  was  negligible  in  these  experiments. 
This  conclusion  was  based  on  the  following  observations:  (1)  The  structure  of  the  char  -  the  miniscule 
pore  sizes  of  the  chars  would  tend  to  retard  convection.  (2)  Experimental  conditions  -  the  heat  flow  was 
vertically  downward  through  the  chars,  tending  to  negate  bouyant  forces.  (3)  Experimental  observations - 
heat  was  induced  to  flow  vertically  downward,  thus  tending  to  negate  bouyant  forces.    Also,  since  con- 
vection heat  transfer  is  dependent  on  the  temperature  difference  through  the  specimens,  the  apparent 
thermal  conductivity  should  vary  with  AT  if  convection  were  significant.  The  experimental  data  showed 
no  dependence  on  this  parameter.  (4)  Results  reported  in  the  literature.    Kreith  [l2j  stated  that  con- 
vection in  horizontal  air  spaces,  heat  from  below,  does  not  begin  until  the  Grashof  number  exceeds 
1600.    Grashof  numbers  for  the  porous  chars  were  much  lower.    Vershoor  and  Greebler   [13] deduced 
from  measurements  on  glass  wool  insulation  (having  higher  porosities  and  lower  apparent  conductivities 
than  the  porous  chars  discussed  here)  that  convection  accounted  for  only  16  percent  of  the  total  heat 
transfer.    Thus,  the  evidence  seems  fairly  conclusive  that  convection  effects  were  negligible  in  these 
experiments.    However,  it  would  probably  be  worthwhile  to    pursue  this  effect  further  through  experi- 
ments designed  to  induce  convection  in  order  to  evaluate  the  effect  of  this  mode  on  the  flight  performance. 


b.    Equation  for  Apparent  Thermal  Conductivity  of  Char 

The  conductances  which  are  shown  in  figure  13  and  presented  in  eqs  (3)  through  (12)  were  com- 
bined using  the  relations  for  series  and  parallel  electrical  conductances  to  obtain  an  expression  for  the 
apparent  conductance,  K,  of  the  char.    In  combining  the  conductances  use  was  made  of  the  fact  that  the 
total  thickness  of  the  delaminations  in  a  delaminated  flow  channel  is  nt,  where  n  is  the  total  number  of 
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delaminations  and  t  is  the  average  thickness  of  one  delamination.    Therefore,  the  length  of  the  porous 
area  in  a  delaminated  flow  channel  is  (L-nt).    The  expression  for  the  apparent  conductance  was  reduced 
to  an  expression  for  the  apparent  thermal  conductivity  of  the  char  through  the  relation 


Q  =  KAT  =  '^a^^'^ 

L  (13) 


where 

K     =  apparent  conductance 

=  apparent  thermal  conductivity 

A      =  total  area 

L      =  total  length 

AT  =  temperature  difference 


The  expression  obtained  for  the  apparent  thermal  conductivity  of  the  char  was 


(l-f)(l-F)(t/a  +  k„  )  [  +  p2/3  k„  +  (1  -  P'/' )  k_  ] 


K   =    ___  L_  (14) 

(l-c)(t/a  +  kj  +  c  [^^^^  +  P2/3  k„  +  (I-P2/3  )k  ] 


+  4  f  a  F.^^  T^3  L  +  f  k    +  (l-f)F  [  p'^'  k 


where 

c  =  Hi 

L 

The  details  of  the  derivation  of  eq  (14)  are  presented  in  Reference  [4]  .  The  unknowns  in  eq  (14)  are 
F,  X,  t,  c,  and  k^. 

Continuum  values  taken  from  the  literature  were  used  for  the  thermal  conductivities  of  nitrogen 
and  helium  at  760  torr. 

c.    Correlation  of  Thermal  Model  with  Measurements 


The  first  step  taken  in  order  to  apply  eq  (14)  to  the  experimental  data  was  to  estimate  the  radia- 
tion terms,  xP^^^/a,  t/a,  and4faF^^  T^^^^  L.    For  a  radiant  length,  x,  of  508  microns  (approximately 
10  pore  diameters),  a  reflectance,  p  ,  of  0.  2,  an  emittance,  e  ,  of  0.  8,  and  a  reradiation  shape  factor, 
■^ir  '       ^'      (estimated  from  approximate  measurements  of  the  crack  size),  the  radiation  terms  were 
negfigible  at  500°F.    Since  the  radiation  terms  were  small,  the  value  of  t  had  little  influence  on  the 
results;  therefore,  this  term  was  ignored  in  the  low  temperature  calculations.    Only  the  total  delamina- 
tion thickness,  nt,  was  considered  in  accounting  for  gas  conduction  across  the  delaminations.  There- 
fore, at  the  500°F  mean  temperature    only  three  unknowns  remain,  namely,  c,  F,  and  k^.    The  frac- 
tion of  the  total  area  which  was  occupied  by  the  _racko,  f,  was  estimated  to  be  0.  1. 

The  experimental  data  at  500°F  were  used  with  eq  (14)  to  determine  the  values  of  c,  F,  and  k 
for  each  specimen.    Experimental  data  were  obtained  for  three  different  environmental  conditions 
(vacuum,  nitrogen  and  helium).    Thus,  the  measurements  represent  the  apparent  thermal  conductivities 
for  three  values  of  kg  (thermal  conductivity  of  gas).    One  equation  in  c,  F,  and  k^  was  written  from 
eq  (14)  for  each  environmental  condition.    Values  taken  from  the  literature  were  used  for  the  thermal 
conductivities  of  nitrogen  and  helium  at  760  torr.    In  writing  these  equations  the  radiation  terms  were 
assumed  to  be  zero  since  calculations  had  shown  that  the  values  of  these  terms  were  negligible  at  500°F. 
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Also,  the  proper  values  for  the  char  thickness,  temperature  and  porosity,  for  a  given  specimen,  were 
substituted  into  eq  (14)  along  with  the  values  of       and  kg  for  a  given  environmental  condition  .  Hence, 
three  simultaneous  equations  were  obtained  and  these  equations  were  solved  for  c,  F,  and  kj^.    Only  one 
set  of  values  for  c,  F,  and  km  was  obtained  for  each  specimen  at  the  given  temperature  level  since 
there  were  three  experimental  conditions  and  three  equations  were  required  for  a  solution. 

The  results  of  these  calculations  are  shown  in  table  4.    Also  shown  in  table  4  are  the  data  used  in 
this  analysis  and  the  char  porosities.    The  parameter  c  represents  the  ratio  of  the  delamination  length 
to  the  total  length;  note  that  the  values  ranged  from  0.  6  percent  to  7.  1  percent  of  the  total  length  with  a 
mean  value  of  approximately  3  percent.    This  appears  to  be  a  reasonable  value  and  does  not  represent 
an  excessive  amount  of  cracking.    The  factor  which  represented  the  fraction  of  the  flow  channels  which 
were  undelaminated,  F,  ranged  from  0.48  to  0.72,  which  again  indicates  a  reasonable  range  of  values. 
There  was  considerable  scatter  in  the  matrix  conductivity  from  127  x  10"^  Btu/sec-ft-°F  to  248  x  10"^ 
Btu/sec-ft-°F.    These  values  are  higher  than  the  range  of  values,  69  to  115  x  10"^  Btu/sec-ft-°F,  which 
is  generally  accepted  for  carbon.    The  data  reductions  suggest  that  those  specimens  having  the  lowest 
densities,  Specimens  19-4  and  19-5,  had  the  highest  matrix  conductivity.    Note  in  table  4  that  the 
matrix  conductivity  was  also  reduced  using  P  rather  than  p^/s   in  eq  (14)  and  yielded  lower  values  which 
were  still  higher  than  the  values  normally  reported  for  carbon. 


Table  4.    Results  of  reducing  the  parameters  c,  F,  and  k. 
in  eq  (14)  from  the  experimental  data 


Specimen 
Number 

Porosity 

Apparent   thermal  conductivity  measured  at  500°F(532°K) 
10"^  Btu/sec-ft-°F 

Vacuum 

Nitrogen 

Helium 

19-4 

0.  877 

9.02 

14.35 

20.  13 

19-5 

0.  878 

8.  10 

11.34 

16.  20 

30-4.  30-6 

0.  827 

14.81 

17.  36 

21.  98 

42-3 

0.  785 

13.88 

18.  51 

24.30 

42-4 

0.  785 

8.  10 

11.  57 

18.  51 

42-5 

0.  789 

12.  03 

16.  43 

18.  97 

Value  of 

c,  F  ,  and  kj^  in  eq  (14) 

Values  obtained  for  kj-p  by  using  P 
rather  than          in  eq  (14) 

obtained  by  fitting  data  at  500pf  (532°K) 

Specimen 

km 
10-5  Btu 

kjn 
10"  Btu 

Number 

Porosity 

c 

F 

sec   ft  °F 

sec   ft  °F 

19-4 

0.  877 

0.  022 

0.477 

248 

169 

19-5 

0.  878 

0.  047 

0.  545 

194 

132 

30-4,30-6 

0.  827 

0.  036 

0.  710 

199 

137 

42-3 

0.  785 

0.  027 

0.590 

185 

125 

42-4 

0.  785 

0.  071 

0.400 

155 

106 

42-5 

0.  789 

0.  006 

0.  720 

127 

88 

Since  the  range  of  porosities  was  small  and  there  was  considerable  scatter  in  the  parameters,  it 
is  hard  to  evaluate  the  model  for  its  applicability.     The  fact  that  c,  F,  and        varied  from  specimen 
to  specimen  prohibited  using  one  set  of  values  to  attempt  a  correlation  of  all  of  the  data. 

One  additional  check  on  the  model  is  to  see  how  the  predicted  variation  in  the  "apparent"  thermal 
conductivity  with  temperature  agrees  with  the  data.    The  apparent  conductivity  was  calculated  for  each 
specimen  over  the  temperature  range  from  250°F  to  1000°F  using  the  reduced  values  of  c,  F,  and  kj^ 
given  in  table  4.    Typical  plots  showing  a  comparison  of  the  measured  and  calculated  apparent  conduc- 
tivities for  the  0.  79  porosity  char,  are  presented  in  figure  11.    Note  that  the  values  predicted  at  the 
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higher  temperatures  usually  agreed  with  the  measured  values  within  the  experimental  uncertainty  with 
the  exception  of  the  vacuum  data  at  the  higher  temperatures  for  Specimen  42-3.    The  data  for  Specimen 
42-3  at  500°F  in  vacuum  appear  erroneous.    There  is  no  reasonable  explanation  for  this  large  increase 
of  thermal  conductivity  with  temperature.    Similar  plots  for  the  other  two  chars  may  be  found  in  Refer- 
ence [^43. 

d.    Correlation  of  Predicted  Values  with  Prior  High  Temperature  Data 

In  use  applications  the  char  layer  of  an  ablator  is  at  temperatures  on  the  order  of  5000°F  or 
higher.    Thus  the  critical  test  of  the  foregoing  analysis  is  its  ability  to  predict  performance  at  near 
5000°F. 

Figure  12  shows  the  apparent  conductivity  obtained  experimentally  from  measurements  on  a 
phenolic- nylon  char  of  the  same  composition  as  those  reported  in  this  paper.    These  data  were  previous- 
ly reported  in  Reference  [I3  •    Also  plotted  are  values  predicted  by  eq  (14)  for  various  combinations  of 
radiant  lengths  x  and  matrix  conductivities,  kj^.    The  lowest  value  of  kj^  of  231  x  10"^  Btu/sec-ft-°F 
corresponds  approximately  to  the  values  calculated  from  eq  (14)  for  the  low  temperature  data.  The 
highest  value  of  k-^  corresponds  to  the  conductivity  of  polycrystalline  graphite.    The  radiant  path  lengths 
of  50  and  500/1  correspond  to  approximately  1  and  10  pore  diameters,  respectively.    Values  of  c  and  F 
were  those  reduced  from  eq  (14)  for  an  88  percent  porous  char.    The  delamination  thickness  t  of  50/i 
corresponds  to  between  2  and  3  delaminations. 

There  is  some  uncertainty  as  to  the  gas  that  should  be  used  in  the  calculations.    The  experimen- 
tal measurements  were  obtained  in  helium  but  without  evacuating  the  air  beforehand.    Thus, pores  may 
have  contained  nitrogen.    The  calculations  were  based  on  nitrogen.    Values  predicted  for  helium  would 
range  from  20  to  40  percent  higher.    From  the  plots  in  figure  12  it  can  be  seen  that  the  lowest  values 
of  X  and  k^^  give  the  best  agreement  with  the  experimental  data  at  low  temperatures,  while  at  high 
temperatures  the  reverse  is  true.    Two  possible  explanations  can  be  offered  for  this  behavior.  The 
first  is  that  the  conductivity  of  the  matrix  increases  due  to  graphitization.    The  second  is  that  the  ther- 
mal model  does  not  adequately  account  for  radiant  heat  transfer  through  the  char.     There  is  evidence 
to  support  both  arguments.    First,  let  us  inspect  the  argument  that  the  high  apparent  conductivity  at 
high  temperatures  results  solely  from  an  increase  in  the  conductivity  of  the  matrix. 

In  experimental  measurements,  it  has  been  found  that  the  apparent  thermal  conductivity  of  the 
char  is  higher  on  cooling  than  during  heating  (see  fig.  12).     Also,  values  obtained  on  reruns  of  the 
same  specimens  are  usually  higher  at  low  temperatures  and  converge  to  about  the  same  values  as  before 
at  elevated  temperatures.    This  behavior  is  illustrated  in  figure  13  which  shows  data  for  phenolic- car- 
bon chars.    The  characters  of  the  curves  for  chars  made  at  successively  higher  temperatures  led  to  the 
proposal,  presented  in  a  previous  paper  [141  ,  that  the  apparent  conductivity  of  "flight"  chars  could  be 
represented  by  the  curve  drawn  through  the  measured  values  for  the  chars  at  their  charring  temperatures. 
These  are  the  "Boxed  Values"  represented  by  the  heavy  curves  in  figure  13. 

Similar  effects  of  temperature  on  the  apparent  conductivity  of  chars  have  been  reported  by  others. 
Nagler  presented  data  for  a  nylon  char  formed  at  about  1800°F,  which  after  being  heated  to  about 

3800°F  during  conductivity  measurements  exhibited  a  conductivity  at  about  600°F  which  was  about  three 
times  higher  than  the  original  value.    Similar  data   (presented  in  Reference  [l6j  )  have  been  presented 
by  Neubert,  Royal  and  Van  Dyken  for  heat  treated  pitch  coke  mixtures. 

There  are  two  arguments  which  suggest  additional  graphitization  with  time  at  temperature 
exposure  and  subsequently  higher  matrix  thermal  conductivity  values.    The  first  is  measurements  on  a 
plasma  char  made  in  this  work  which  indicated  that  the  side  of  the  specimen  which  was  exposed  to  the 
highest  temperature  for  the  longest  period  of  time  had  a  considerably  higher  thermal  conductivity.  The 
second  argument  pertains  to  some  experimental  data  taken  by  Neubert,  Royal  and  Van  Dyken,  which  is 
presented  in  Reference  [I6]  .    The  material  for  their  experiments  consisted  of  Whiting  coke  and  Barrett 
No.  30  pitch  extruded  in  long  bars  and  then  reimpregnated  with  pitch.    Room  temperature  measurements 
were  made  on  heat  treated  specimens  from  this  material  in  an  axial  heat  flow  apparatus.  Separate 
samples  were  heated  to  2812°F,  4352°F,  and  5432°F.    The  hold  times  were  not  specified.    The  room 
temperature  thermal  conductivities  of  these  samples  were  485  x  10"^,  1250  x  10"^,  and  2330  x  10"^  Btu/ 
sec-ft-°F  for  the  heating  temperatures  of  3812°F,  4352,  and  5432°F,  respectively.    Further,  they  stated 
that  the  lowest  conductivity  specimen  was  typical  of  a  product  for  which  the  graphitization  had  barely 
begun.    This  statement  means  little  quantitatively,  and  the  applicability  of  these  data  to  phenolic- nylon 
char  is  questionable.    However,  these  results  correlate  somewhat  with  the  results  of  the  thermal  analy- 
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sis   and  indicate  that  "barely  begun"  graphitization  can  give    high  matrix  conductivities.    If  barely  begun 
graphitization  means  only  a  slight  change  in  X-ray  diffraction  patterns  from  the  carbon  structure,  these 
results  may  be  significant. 

From  the  foregoing  discussion  it  seems  reasonable  to  conclude  that  the  effective  conductivity  of 
the  char  might  increase  by  a  factor  of  2  or  more  during  the  course  of  the  measurements  due  to  a  change 
in  the  conductivity  of  the  matrix.    This  behavior  would  account  for  a  significant  part  of  the  discrepancy 
between  the  experimental  and  theoretical  curves  in  figure  17. 

Exactly  where  in-flight  values  for  the  matrix  conductivity  would  fall  depends  on  the  effects  of 
time  at  temperature.    An  in-flight  char  would  most  likely  not  have  as  high  a  thermal  conductivity  as 
measured  in  the  steady- state  apparatus  unless  graphitization  takes  place  very  rapidly  once  a  given 
temperature  level  is  reached.    Our  measurements  of  the  variation  of  conductivity  across  a  char  indicated 
that  this  effect  may  be  rapid,  occurring  over  a  120  second  time  interval.    A  knowledge  of  the  effect  of 
time  at  temperature  is  vital  to  predictions  of  the  in-flight  conductivity.    If  the  time  required  for  graphi- 
tization to  occur  is  extremely  small,  then  the  thermal  conductivity  of  the  char  is  essentially  dependent 
on  the  temperature  alone.    In  this  event,  the  thermal  conductivity  measured  in  the  steady- state  appara- 
tus represents  the  thermal  conductivity  of  the  in-flight  char. 

It  was  mentioned  that  the  discrepancy  might  also  be  due  to  the  failure  of  the  thermal  model  to 
account  for  radiant  heat  transfer  in  the  char.   This  might  result  from  the  use  of  too  short  a  radiant 
length  X  in  the  calculations  or  from  transparency  of  the  char  matrix.    Literature  data  as  well  as  the 
glassy  appearance  of  the  char  structure  support  this  latter  possibility.    If  the  radiant  energy  trans- 
mitted through  the  char  is  assumed  to  be  the  difference  between  the  experimental  and  theoretical  curves 
in  figure  12,  (the  theoretical  curve  used  was  x  =  50,  kj^  =  231,  and  it  was  shifted  down  to  agree  with 
the  experimental  curve  at  low  temperatures),  then  a  psuedo-transmittance  for  the  char  can  be  computed 
from  the  equation 


=  y4aT  (15) 
"  m 

where 

the  apparent  radiant  conductivity 
psuedo-transmittance 
Stefan- Boltzmann  constant 
mean  temperature  of  the  char 

specimen  gage  length  •  ■  ' 

Values  of  y  computed  in  this  manner  ranged  from  0.  03  at  1500°F  to  0.  13  at  5000°F  for  a  radiant 
length,  x,  of  50/i.    For  x  =  500^,    y  ranged  from  0.02  at  2000°F  to  0.07  at  5000°F  (table  5),  Note 
that  this  pseudo  transmittance  probably  is  composed  of  both  direct  radiation  through  pores  and  trans- 
parency through  the  matrix  membranes.    The  character  of  the  portion  resulting  from  transparency  can 
be  compared  to  the  behavior  of  glass,  which  is  practically  opaque  to  radiation  of  long  wave  lengths 
(>4.  5iu)  and  is  fairly  transparent  to  radiation  in  the  wavelength  range  from  1  to  2.  75/i   [l7^  .  Thus, 
following  this  parallel,  the  psuedo-transmittance  of  the  char  might  be  expected  to  increase  with  ' 
increasing  temperature  not  only  as  direct  pore  radiation  becomes  predominant  but  also  as  the  spectral 
distribution  of  radiant  energy  shifts  from  longer  to  shorter  wavelengths. 

Table  5.  Psuedo-transmittance 




Temperature 

Radiant  length, 

X,  microns 

°F 

50 

500 

1000 

0.  00 

0.  00 

2000 

0.  05 

0.  02 

3000 

0.  09 

0.04 

4000 

0.  11 

0.  06 

5000 

0. 18 

0.  07 
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One  other  parameter  which  might  affect  the  conductivity  is  time  at  temperature.    The  elevated 
temperature  data  presented  in  this  paper  were  obtained  in  steady- state  measurements  during  runs  of 
several  hours.    "Flight"  chars  on  the  other  hand  are  formed  within  periods  of  a  few  seconds.    If  the 
matrix  conductivity  remains  constant  during  the  short  flight  times,  then  the  effects  of  temperature 
observed  in  the  laboratory  measurements  are  inapplicable.    Some  measurements  on  chars  exposed  to 
varying  times  at  temperature  are  needed  here.    Data  found  here  plus  that  reported  by  Nagler  [15] 
indicate  that  soak  times  of  several  hours  exert  much  less  influence  than  does  temperature  in  changing 
the  conductivity. 

7.  Conclusions 

At  low  temperatures  heat  transfer  through  phenolic- nylon  chars  occurs  primarily  by  solid  and 
gas  conduction.    These  two  modes  are  inseparable  in  that  the  gas  thermally  shorts  delaminations 
in  the  chars  and  effectively  increases  the  conductive  area.    At  temperatures  below  1000°F,  the  effective 
conductivity  in  a  nitrogen  or  helium  environment  may  be  twice  that  in  vacuum.    The  difference  in  the 
two  values  ranges  from  two  to  three  times  the  thermal  conductivity  of  the  gas.    Equation  (14)  appears 
to  adequately  explain  the  effect  of  gas  conductivity. 

At  elevated  temperatures  eq  (14)  predicts  values  which  are  lower  than  experimental  data  on  labor- 
atory chars  by  a  factor  of  two  or  more.    This  discrepancy  is  probably  due  to  (1)  an  increase  in  the  ther- 
mal conductivity  of  the  matrix  with  increasing  temperature,  (2)  difficulty  in  proper  definition  of  direct 
radiation  transfer,  and  (3)  transparency  of  the  char  at  higher  temperatures.    Work  on  the  higher  tem- 
perature   behavior  is  underway. 

Further  investigation  is  needed  to  determine  the  effects  of  time  at  temperature  on  the  conductivity 
of  the  matrix,  and  the  nature  of  radiant  heat  transfer  mechanisms  in  the  char. 

After  resolving  these  problems,  methods  of  accounting  for  the  process  of  ablation  must  be  incor- 
porated in  the  mathematical  model. 
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(a)   Char  of  0.  88  porosity 
(19  Ib/ft^  virgin  density) 


(b)   Char  of  0.  82  porosity 
(30  Ib/ft^  virgin  density) 
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40  60  80 

Pore  diameter  -  microns 
Figure  2.  Histogram  of  pore  diameters  in  the  phenolic  nylon  char  of  0.  82  porosity 
(30  Ib/ft^  virgin  density) 


442 


a 

3 

o 


o 


^  


-X- 


(0.  0254 


Upper  column  heater 

V    / 

^  Zirconia  spacers  ' 

Upper  reference  thermocouple 

Pyroceram  reference 
Upper  reference  thermocouple 

X  Specimen  thermocouple. 

Fib  erf  rax 

X  Specimen  ther mocc?uiS.e^ 

Lower  reference 
thermocoupie 

Pyroceram  reference 

X  Lower  reference 
thermocouple 

Zirconia  spacers 
Lower  column  heater. 


mssnutm 


■X  Upper  reference 
thermocouple 

Upper  reference 
^  thermocouple 
^Specimen  "hot" 
^  face  thermocouple 

^?pecimen  thermocouple 

Specimen  thermocouple 
Specimen''cold"  face 
ther  m-ocouple 
^^(.Lower  reference 
thermocouple 


■K  Lower  reference 
thermocouple 


Heat 
flow 

(a)  Standard  buildup  for  thermal 
conductivity  evaluations 


Heat 

flow 

(b)  Buildup  for  specimen  42-3  (second  run)  ■ 
attempt  to  measure  variation  in  thermal 
conductivity  across  thickness 


Figure  i,    Schematic  diagram  of  comparative  rod  apparatus 
specimen  configuration 


443 


750 


650 


600 


550 


500 


450 


400 


350 


300 


250 


200 


Temperature  gradient  through: 
upper  Pyroceram  reference 


Temperature  gradient 
through  Fiberf rax  pad 


Temperature  gradient  through 
upper  0.  236  cm  of  specimen 


Note:  This  temperature  profile 
~is  typical  except  for  temperature 
drops  through  Fiberfrax  pads, 
which  were  not  used  on  other  runs 


1.27 


2.54^: 


Temperature  gradient  through 
central  0.  701  cm  of  specimen 


; Temperature  gradient  through 
t  lower  0.  236  cm  of  specimen 


Temperature  gradient 
-through  Fiberfrax  pad 


Distance  -  cm 


X3.  75: 


;  Temperature  gradient  through 
lower  Pyroceram  reference 


5.08 


Profile  for  specimen  42-3, 
760  torr,  helium  purge  at 
500°F  mean  temperature 


6.  25 


367 


0.5 


1.0  1.5  2.0 

Distance  -  inches 


2.5 


Figure    4.    Typical  temperature  profile  for  data  obtained  on  comparative  rod 
apparatus  using  code  9606  pyroceram  references 
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Figure  6.    The  apparent  thermal  conductivity  of  phenolic- nylon  char  of  0.  82  porosity 
(30  Ib/ft^  virgin  density)  in  vacuum,  nitrogen,  and  helium 
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Figure  7.    The  apparent  thermal  conductivity  of  phenolic- nylon  char  of  0.  79  porosity 
(42  Ib/ft^  virgin  density)  in  vacuum,  nitrogen,  and  helium 
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Figure  8.    Composite  plot  of  the  apparent  thermal  conductivities  of  the  three 
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Figure  11.    Comparison  of  the  predicted  variation  in  apparent  thermal  conductivity 
with  temperature  with  the  measured  values  for  specimens  42-3  and  42-4 
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Figure  13.    Apparent  thermal  conductivity  of  MX4926  (Carbon  Filled  30  Phenolic- Carbon 
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A  specimen  holder  was  designed  to  hold  a  cylindrical  heat  source  and  a  cyl- 
indrical potato  section  in  intimate  and  uniform  contact  with  each  other  during 
heat  transfer  exi>eriments.    Appropriate  boundary  conditions  were  maintained  and 
thermocouples  were  placed  in  desired  locations,    A  finite  difference  computer 
program  and  the  recorded  temperature  history  were  used  to  calculate  the  thermal 
diffusivity  of  the  potato  section. 

The  heat  transfer  methods  combined  with  the  finite  difference  method  of 
data  analysis  had  the  advantages  of  speed,  simplicity,  ease  of  application  to 
other  products,  and  accuracy.     Depending  upon  test  duration,  approximately  four 
heat  treatments  could  be  completed  in  an  hour.    No  difficult  laboratory  prepa- 
rations or  techniques  were  involved.    Other  biological  products  could  be  a- 
dapted  to  the  specimen  holder,  and  large  masses  were  not  required.  Random 
errors  were  cancelled  by  the  finite  difference  method,  but  a  continuous  error 
of  +1°F  in  temperature  measurement  was  found  to  cause  an  error  of  -0.57„  or 
less  in  the  value  of  thermal  diffusivity. 

Key  Words:    Biological  specimen  holder,  computer  program,  finite 

difference,  potato  heat  treatment,  thermal  diffusivity. 


1.  Introduction 

Commercial  heat  processing  of  vegetables  is  usually  a  transient  process  during  which  the  phys- 
ical and  thermal  properties  are  changing  (3,  7,  11).     If  an  engineer  is  to  calculate  the  net  energy 
requirements  of  the  process,  he  must  know  the  values  of  the  thermal  properties  over  the  working  range. 
In  the  past,  he  has  found  it  necessary  to  make  vague  determinations  of  the  thermal  properties  and  also 
to  assume  that  these  properties  remain  constant  during  the  processing.    With  the  present  development 
of  the  science  of  heat  transfer,,  an  engineer  should  not  have  to  rely  on  these  estimates  and  assumptions. 

Because  some  biological  materials  tend  to  undergo  physical  and/or  chemical  changes  as  heat  is 
applied  or  removed  (4,  9),  a  determination  of  the  thermal  properties  should  be  fast  enough  to  precede 
such  changes.    Water  is  evaporated  when  heat  is  applied  to  most  biological  materials.     If  much  heat  is 
applied,  the  final  material  is  not  the  same  as  the  initial  material;  the  loss  of  moisture  may  cause  a 
change  in  the  thermal  properties. 

Some  researchers  have  used  a  guarded  hot  plate,  a  steady  state  device,  to  determine  the  thermal 
conductivity  of  meat  (5)'.     Because  the  guarded  hot  plate  method  is  of  long  time  duration,  at  normal 
processing  temperatures  a  biological  product  would  probably  be  cooked  before  the  thermal  conductivity 
could  be  determined.    Others  have  used  a  modified  Cenco-Fitch  apparatus,  a  transient  state  device,  to 
determine  the  thermal  conductivity  of  meats,  fruits,  and  vegetables  (2,  10).     The  modified  Cenco-Fitch 
method  duplicates  the  transient  process  but  is  subject  to  errors  of  approximately  5%  (2). 

^Associate  Professor  and  Professor  and  Chairman,  respectively. 

^Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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Therefore,  when  the  thermal  and/or  physical  properties  of  a  vegetable  vary  with  the  heat  absorbed,  one 
must  use  other  means  to  determine  them. 


2.     Biological  Specimen  Holder 


2.1  Description 


Beck  (1)  has  developed  a  method  for  simultaneously  determining  the  thermal  conductivity  and 
specific  heat  of  a  material.     A  heated  piece  of  material  with  known  thermal  characteristics  is  held  in 
uniform  contact  with  material  of  unknown  thermal  properties.    The  temperature  histories  of  the  two 
materials  are  used  to  calculate  the  thermal  properties  of  the  unknown  material. 

Based  on  the  idea  above,  a  biological  specimen  holder  was  designed  to  hold  a  cylindrical  heat 
source  and  a  cylindrical  potato  (solanum  tuberosum)  section  in  intimate  and  uniform  contact  with  each 
other  for  the  duration  of  an  experiment,  figure  1.     Each  half  of  the  specimen  holder  was  made  from  a 
0.076m  (3  in.)  length  of  standard  0.1524m  (6  in.)  diameter  steel  pipe.     The  stationary  half  of  the 
holder  was  welded  to  channel  iron,    A  flat  base  plate  and  angle  iron  rails  were  also  welded  to  the 
channel  iron.    V-grooved  wheels  mated  with  the  angle  iron  rails  maintained  accurate  alignment  in  all 
planes  between  the  movable  and  stationary  halves.     The  longitudinal  displacement  of  the  V-grooved  wheels 
from  each  other  facilitated  the  rapid  installation  of  the  movable  half  onto  the  rails.     During  the  ex- 
periments a  constant  pressure  was  maintained  at  the  heat  source-potato  section  interface  by  rotating 
the  specimen  holder  90°  and  supporting  the  holder  on  the  channel  iron,  figure  2. 

A  microswitch  and  its  trip  lever  were  fastened  to  the  stationary  half  and  movable  half  respec- 
tively, figure  1.    When  the  halves  of  the  specimen  holder  were  brought  together  for  an  experiment, 
the  microswitch  completed  a  circuit  for  an  electric  interval  timer  and  for  an  indexing  pen  on  each 
recording  potentiometer.     The  microswitch  was  adjusted  to  close  the  circuit  when  the  heat  source  and 
potato  section  made  contact. 

The  insulation  for  the  specimen  holder  was  a  poljmrethane  type  with  a  low  thermal  conductivity. 
A  0.1016m  (4  in.)  length  of  insulation  was  machined  to  a  snug  fit  in  the  bore  of  each  half  of  the 
holder.    Mating  grooves  were  machined  into  the  halves  of  insulation  to  minimize  any  air  current  and 
convection  heat  losses.     A  hole,  0.0246m  (31/32  in.)  diameter  and  0.0254m  (1  in.)  deep,  was  machined 
into  the  face  of  the  insulation  of  the  movable  half  of  the  specimen  holder;  the  potato  sections  were 
installed  in  the  hole  for  the  experiments.    A  hole  of  the  same  dimensions  was  machined  into  the  face 
of  the  insulation  for  the  stationary  half  of  the  specimen  holder;  a  silicone  rubber  heat  source  was 
installed  in  the  hole  for  the  experiments,  figure  1.    When  an  electric  heating  element  was  used  for 
the  heat  source,  the  temperatures  were  too  high  for  the  stability  of  the  polyurethane  insulation;  a 
glass  foam  insert  was  made  to  go  between  the  heating  element  and  the  polyurethane  insulation,  figure  3. 

A  thermocouple  silver  soldered  to  the  face  of  the  metal  cylinder  indicated  the  temperature  at 
X  =  0  when  the  cylinder  was  used  for  the  heat  source.     To  minimize  thermocouple  conduction  errors, 
the  lead  wires  were  placed  across  the  face  of  the  heat  source  and  wound  partially  around  the  circum- 
ference of  the  heat  source  before  entering  the  insulation  of  the  biological  specimen  holder.  Thermo- 
couples were  also  located  in  the  body  of  the  specimen  at  X  =  X  and  at  the  end  of  the  specimen  noted 
as  X  =  infinity  in  the  boundary  conditions. 


3.    Determination  of  Thermal  Diffusivity 
3.1  Finite  Difference  Equation 

Considering  a  body  with  the  following  characteristics, 

1.  X  independent  of  position  and  temperature, 

2.  one  dimensional  heat  flow  in  the  X-direction,  and 

3.  no  internal  heat  generation, 

the  general  heat  conduction  equation  reduces  to: 


2>e 


(1) 


A  body  subjected  to  a  heat  transfer  process  may  be  divided  into  nodal  points  that  are  a  distance 
Ax  apart.    About  any  node  an  energy  balance  can  be  written  and  expressed  in  finite  difference  form 
(8).     Temperatures  in  the  body  can  be  expressed  with  respect  to  position  and  time  by  means  of  sub- 
scripts and  superscripts  n  and  t  respectively.    For  one  dimensional  heat  flow  in  the  X-direction  in  a 
finite  body,  nodes  are  located  at  X  =  0,  X  =  X,  and  X  =  L,     Temperature  boundary  conditions  may  be 
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specified  at  X  =  0  and  at  X  =  L. 

In  finite  difference  form,  eq  (1)  becomes: 


Equation  (2)  can  be  solved  for  the  temperature  at  node  n  for  time  t  =  t+1. 


(2) 


where : 


0^      =   ^  (3) 


a  dimensionless  number  (4) 


A  computer  program  using  finite  differences  and  based  on  the  method  of  Beck  (1)  was  used  to 
calculate  thermal  diffusivity  from  temperature  measurements.     The  basic  operations  of  the  program  were: 

1.  The  magnitude  of    A  X  was  determined. 

2.  At  the  first  and  last  node,  a  programmed  time  step  was  used  to  calculate  temperatures  with 
respect  to  time: 

t,  t+l,...t+i 

where:     (t+1)  -  t  =  programmed  time  step 
(t+i)  -  t  =  time  interval  of  data 

3.  The  finite  difference  eq  (3)  was  used  with  an  assumed  a  to  calculate  temperatures  at  each  node. 
Calculations  were  made  in  two  "passes";  an  "odd  pass"  proceeding  from  first  to  last  node  and 

an  "even  pass"  proceeding  from  last  to  first  node. 

4.  The  method  of  least  squares  was  used  to  minimize  with  respect  to  a  the  difference  between  the 
calculated  and  measured  temperatures. 

5.  The  change  in  diffusivity  was  calculated  and  added  to  the  assumed  a  to  obtain  a  new  value  of 
a. 

6.  The  new  value  of  a  was  used  in  an  iteration  procedure  to  determine  a  more  accurate  value  for 
a. 

The  above  program  was  based  on  the  following  assumptions: 

1.  Initial  and  boundary  conditions  of  the  body  were: 

a.  e  (X,0)  =  0 

b.  e  (0,t)  =  01 

c.  e       ,t)  =  0 

2.  One  dimensional  heat  transfer. 

3.  Constant  a  with  respect  to  time  and  temperature. 

4.  The  last  node  was  at  X  =00. 


3.2.    Discussion  of  Results 

The  biological  specimen  holder  was  used  to  obtain  heat  transfer  data  from  approximately  150  tests 
on  potato  sections.     The  equipment  has  also  been  used  to  obtain  similar  data  on  other  agricultural 
products.     The  thermal  dif fusivities  of  the  potatoes,  as  calculated  by  the  computer  program,  were 
within  the  range  of  values  of  other  biological  materials  (6). 

Thermal  diffusivity  data  could  be  obtained  during  the  first  50  seconds  of  heat  treatment;  before 
moisture  changes  and  physical  reactions  became  a  problem.     This  overcomes  one  of  the  objections  to  the 
guarded  hot  plate  when  used  at  cooking  temperatures  for  biological  materials.    Because  the  temperature 
boundary  conditions  at  X  =  0  did  not  have  to  be  constant,  heat  loss  from  the  sides  of  the  heat  source 
to  the  insulation  was  not  critical.    Many  of  the  root  mean  square  values  of  the  difference  between  the 
actual  temperatures  and  the  calculated  temperatures  were  less  than  0.28°C(0.5°F) .     The  recording 
potentiometers  had  a  permissible  error  of  0.33°C(0.6°F).    Random  errors  were  cancelled  by  the  finite 
difference  method,  but  a  continuous  error  of  +  0.55°C  (1  F)  temperature  was  found  to  cause  an  error 
of  -0.5%  or  less  in  the  value  of  the  thermal  diffusivity.     In  the  literature  reviewed,  errors  of  5°L 
were  not  uncommon  in  the  determination  of  thermal  properties  of  biological  materials. 
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The  heat  transfer  methods  used  in  the  experiments  combined  with  the  finite  difference  method  of 
data  analysis  had  the  advantages  of  speed,  simplicity,  ease  of  application  to  other  products,  and 
accuracy.    Depending  upon  test  duration,  approximately  four  heat  treatments  could  be  completed  in  an 
hour.    No  difficult  laboratory  preparations  or  techniques  were  involved.    Other  biological  products 
could  be  adapted  to  the  specimen  holder  and  large  masses  were  not  required. 
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Figure  1.     Biological  specimen  holder  with  heat  source  mounted  In  the  center  of  the 
white  insulation,  and  with  a  microswitch  mounted  on  the  cylindrical  frame 
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Figure  2.     From  left  to  right;  recording  pen  Dotentlometer ,   biological  specimen  holder 

In  testing  position,  variable  transformer,  and  a  recording  pen  potentiometer. 
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Thermal  Diffusivity  of  Actinide  Compounds 

J.  B.  Moser  and  0.  L.  Kruger^ 
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The  thermal  diffusivity  of  the  carbides  of  uranium  and  plutonium  was 
measured  from  500  to  1500°C  by  means  of  the  USNRDL  flash  technique.     A  ruby 
laser  was  used  as  the  pulsing  source  while  the  disk-shaped  specimens  were 
heated  in  a  high  vacuum  resistance  furnace.     The  rear  surface  temperature  of 
the  specimen  was  monitored  by  an  optical  detector  which  contained  a  dual  lead 
sulfide  photoconductor  in  a  temperature  compensating  circuit.     The  variations 
in  thermal  diffusivity  as  a  function  of  effective  carbon  content  and  uranium- 
plutonium  ratio  are  discussed  and  compared  with  results  of  other  investigations. 

Key  Words:     Flash  technique,  heat  conductivity,  plutonium  carbide, 
thermal  diffusivity,  uranium  carbide,  uranium-plutonium  carbide. 


1.  Introduc-.ion 

The  monocarbides  of  uranium  and  plutonium  are  of  considerable  interest  as  fuels  for  fast  reactors, 
therefore  the  thermal  diffusivity  of  these  materials  was  measured  to  high  temperatures  using  the  well- 
known  technique  developed  by  Parker  and  his  associates  at  USNRDL  [1]^.     This  method  was  found  to  be 
Ideally  suited  for  glove  box  adaptation  necessary  in  plutonium  research.     In  previous  work  by  the 
authors  [2,3]  at  temperatures  from  25  to  700°C,  the  heat  capacity  was  also  measured  and  the  thermal 
conductivity  was  calculated.     Heat  capacity  measurements  by  this  technique  at  high  temperatures  have 
not  been  successful  to  date,  however  data  for  UC  and  PuC  are  available  [4,5]. 

The  reactor  designers  are  particularly  interested  in  the  diffusivity  parameter  per  se  at  high 
temperatures,  because  nuclear  fuels  are  subjected  to  transient  heating  in  reactor  excursions  and  their 
thermal  performance  is  then  governed  by  the  thermal  diffusivity.     In  order  to  evaluate  the  amplitude 
and  phase  response  of  the  center  temperature  to  these  transient  disturbances,  computer  programs  using 
the  diffusivity  parameter  are  useful  [6] . 

The  thermal  diffusivity  of  UC  of  variable  density,  and  PuC,  as  well  as  the  (Uq . g^^O . 2^ solid  solu- 
tion was  measured.     The  sintered  specimens  were  of  approximately  80%  theoretical  density  and  contained 
small  amounts  of  oxygen  and  traces  of  nitrogen.     They  were  prepared  by  crushing,  cold-pressing  and 
sintering  arc-cast  material.     All  samples  were  characterized  by  chemical  analyses,  geometrical  density 
measurements  and  micrographic  examinations. 

2.  Experimental 
2.1  Apparatus 

The  technique  and  apparatus  used  in  this  work  have  been  described  adequately  [1,7]  but  a  few  of 
the  experimental  details  are  given  below.     A  block  diagram  of  the  apparatus  is  shown  in  figure  1.  The 
specimen  was  placed  in  the  high  temperature  vacuum  furnace  and  the  front-face  was  illuminated  evenly 
by  the  ruby  laser  mounted  on  the  glove  box  directly  above  the  furnace.     No  light  from  the  laser  flash 
was  allowed  to  pass  to  the  infrared  detector  which  was  located  below  the  furnace  outside  the  glove  box. 
The  water-cooled  laser  head  contained  a  1.43  cm  ruby  rod  pumped  by  a  helical  flashtube.    The  system 
was  capable  of  30  joules  output  and  was  usually  fired  at  10  to  20  joules  with  a  pulse  duration  of  500 
microseconds.     The  delay  circuit  of  the  oscilloscope  was  used  to  trigger  the  laser  after  the  CRT  trace 
had  started.     The  surface  of  the  disk  was  coated  with  colloidal  graphite- to  maintain  a  uniform  emis- 
sivlty.     The  lead  sulfide  detector  contained  two  cells  but  only  one  was  exposed  to  the  radiation 
emanating  from  the  specimen.     The  detection  system  contained  filters  which  limited  its  spectral  range 
from  2.0  to  2.6  microns.     Collimating  lenses  made  it  possible  to  focus  on  an  area  of  0.16  cm  diameter 
on  the  back  of  the  sample,  excluding  all  radiation  coming  from  other  portions  of  the  furnace.     Figure  2 


Work  performed  under  the  auspices  of  the  U.  S.  Atomic  Energy  Commission. 
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'Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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shows  a  circuit  diagram  of  the  dual  cell  system.     The  temperature-compensating  circuit  kept  the  cold 
voltage  constant  in  spite  of  ambient  temperature  changes.     The  output  of  the  circuit  was  about  10  volts 
which  was  bucked  with  a  null  circuit  and  reduced  to  less  than  0.1  volts.     Figure  3  shows  the  calibra- 
tion curve  of  the  instrument  determined  from  a  black-body  calibration  furnace  of  standard  design. 
Filters  of  75%  and  95%  absorption  extended  the  low  temperature  range  of  the  unfiltered  unit.  The 
sample  temperature  was  measured  by  means  of  a  digital  voltmeter  of  10  megohm  impedance  to  the  nearest 
millivolt.     A  signal  strength  of  3  to  5  mV  per  °C  was  obtained  from  the  PbS  detector  which  made  further 
amplification  unnecessary  both  for  the  temperature  and  the  diffusivity  measurements.     The  oscilloscope 
was  used  for  all  diffusivity  measurements  in  the  floating  differential  mode  of  essentially  infinite 
impedance.     The  near  linear  range  of  the  calibration  curves  was  usually  used  for  the  diffusivity  mea- 
surements in  order  to  prevent  distortion  of  the  oscilloscope  traces.    Many  measurements  were  also  taken 
where  the  output  of  the  ranges  of  the  lead  sulfide  detector  overlapped.     Temperatures  above  800°C  were 
also  measured  by  means  of  a  disappearing  filament  optical  pyrometer  which  was  sighted  on  a  black-body  hole 
in  the  sample  holder  located  adjacent  to  the  specimen.     The  temperatures  reported  were  those  of  the 
pyrometer  reading  above  1000°C  and  those  of  the  infrared  cell  below  this  temperature.    When  the  readings 
were  taken  at  the  same  time,  the  maximiim  difference  between  the  two  devices  was  10°C.     A  standard 
diffusivity  disk  taken  from  an  alumina  thermal  conductivity  specimen  obtained  from  Dynatech  Inc.  was 
used  to  calibrate  the  apparatus.     Figure  4  shows  the  results  of  these  diffusivity  determinations  com- 
pared to  the  values  calculated  from  the  Dynatech  thermal  conductivity  curve.    A  maximum  error  of  +  7-1/2% 
and  an  average  accuracy  of  +  5%  was  obtained;  a  calculation  of  the  experimental  precision  by  summing  the 
errors  in  the  various  measurements  also  yielded  +  5%  error. 

2.2    Specimen  Characteristics 

All  the  compounds  investigated  were  in  the  form  of  disk-shaped  specimens  1.83  cm  diameter  and 
approximately  0.5  cm  thickness  which  were  subsequently  lapped  down  to  0.2  to  0.3  cm  thickness  for  the 
measurement.     The  carbides  were  prepared  by  fusion  of  99.5  wt.%  pure  metal  with  spectrographically  pure 
carbon  in  an  arc  furnace  [8] .      The  oxygen  and  nitrogen  content  of  the  arc  melted  material  was  usually 
below  0.02  wt.%.     The  sintered  specimens  gained  in  oxygen  and  nitrogen  content  during  the  fabrication 
process  as  shown  in  Table  1. 


Table  1.     Specimen  characteristics. 


Material 

UC 
Arc-Cast 

UC 

Sintered 
1800°C 

^0.8^^0.2^ 

Sintered 
1800°C 

PuC 
Sintered 
1400°C 

Density  %  Theoretical 

99.0 

78.8 

74.8 

83.8 

Carbon  wt.% 

4.93 

4.69 

4.66 

4.12 

Oxygen  wt.% 

0.0117 

0.106 

0.202 

0.567 

Nitrogen  wt.% 

0.0021 

0.0228 

0.0206 

0.0440 

Effective  Carbon  wt.% 

4.94 

4.79 

4.83 

4.58 

Effective  Carbon  at.% 

50.8 

49.9 

50.2 

48.9 

In  addition  to  carbon,  the  major  impurities  of  oxygen  and  nitrogen  must  be  considered  since  they 
dissolve  in  the  monocarbide  to  a  considerable  extent.    A  useful  quantitative  concept  here  is  the  equi- 
valent carbon  content  obtained  by  summing  the  oxygen  and  nitrogen  contents  as  follows: 

Equivalent  wt.%  C  =  wt.%  C  +  12/16  wt.%  0  +  12/14  wt.%  N 

Single  phase  uranium  monocarbide  and  mixed  monocarbide  of  U/Pu  ratio  4:1  can  only  be  obtained  if  the 
nonmetal  atom  content  does  not  exceed  50  at.%;  for  PuC  the  upper  limit  is  46.5  at.%. 

The  arc-cast  uranium  carbide  had  an  equivalent  carbon  content  of  4.94  wt.%  C  (equal  to  50.8  at.%  C) . 
A  small  amount  of  second  phase  consisting  of  UC2  was  found  in  the  grains  of  this  specimen  (see  figure  5). 
The  sintered  uranium  carbide  specimen  contained  more  oxygen  but  less  carbon  than  the  arc-cast  material. 
Whereas  the  effective  carbon  content  of  the  arc-cast  specimen  was  only  0.01  wt.%  higher  than  the  actual 
carbon  content,  this  difference  in  the  sintered  UC  amounted  to  0.1  wt.%.    Thus  an  effective  carbon  con- 
tent of  4.79  wt.%  is  obtained  on  the  sintered  material  which  is  equivalent  to  49.9  at.%  C.    This  results 
in  a  formula  ratio  of  U0.50C0.49O0.OI  if  the  oxygen  is  considered  separately.     A  photomicrograph  of  this 
sample  is  shown  in  figure  6  which  gives  a  good  indication  of  the  pore  configuration.    No  second  phase 
was  observed  which  is  in  good  agreement  with  the  calculated  composition. 

Compounds  containing  plutonium  generally  have  a  greater  affinity  for  oxygen,  and  the  increase  in 
oxygen  pick-up  with  increasing  plutonium  content  is  shown  in  Table  1.    The  mixed  carbide  of  nominal 
U/Pu  ratio  of  4:1  contained  0.2  wt.%  oxygen.    The  calculated  effective  carbon  content  of  this  material 
was  4.83  wt.%  which  is  considerably  greater  than  the  actual  carbon  content  of  4.66  wt.%.    The  effective 
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atomic  percentage  of  carbon  is  50.2  resulting  in  stoichiometric  (Uo.SO'f'^O.  20)^1. 00 
(U,Pu)o.50Co.4850o.015  oxygen  is  taken  into  account  separately.      The  pore  configuration  of 

this  specimen  is  shown  in  figure  7.     Since  the  nonmetal  to  metal  ratio  does  not  exceed  one,  no  signi- 
ficant amounts  of  second  phase  would  be  expected  and  are  in  fact  not  observed  in  the  photomicrograph. 
Since  the  plutonium  monocarbide  was  expected  to  pick  up  oxygen  during  specimen  fabrication,  the  carbon 
content  of  the  arc-melt  was  purposely  kept  low.     In  spite  of  this  precaution,  the  oxygen  pick-up 
brought  the  effective  carbon  above    46.5  at.%.     The  effective  carbon  content  of  this  material  was 
4.58  wt.%  which  gives  an  effective  atomic  percentage  of  carbon  of  48.9  at.%.     The  atomic  ratios  are 
indicated  by  the  formula  Puq . SlCfl . 445O0 . 045 •     A  photomicrograph  of  this  structure  seen  in  figure  8 
shows  approximately  10%  plutonium  sesquicarbide  (PU2C3)  phase. 

3.     Results  and  Discussion 

All  of  the  present  materials  except  the  arc-cast  uranium  monocarbide,  contained  enough  oxygen 
and  nitrogen  to  make  a  calculation  of  porosity  and  heat  capacity  unrealistic,  since  the  lack  of  stoi- 
chiometry  and  second  phase  content  of  the  material,  would  influence  both  of  these  properties.  For 
this  reason  it  was  decided  to  analyze  the  data  directly  in  terms  of  diffusivity  rather  than  convert 
them  to  conductivity  as  is  often  done. 

The  radiation  heat  loss  correction  developed  by  Cowan  [9]  was  applied  to  all  the  data.     The  PuC 
specimen  was  first  run  in  vacuum  and  it  was  noted  that  vaporization  occured  above  1200''C.    This  speci- 
men was  subsequently  reduced  from  an  original  thickness  of  0,31  to  0.26  cm  and  tested  in  argon  at  1.3 
atm  pressure  up  to  1350°C.     Even  though  the  thickness  and  heat  loss  parameters  were  now  different,  the 
data  points  fell  on  the  earlier  curve. 

As  has  been  discussed  by  the  authors  before  [3]  the  porosity  correction  for  diffusivity  is  con- 
siderably less  than  that  for  thermal  conductivity.  For  the  present  work,  the  Maxwell  correction  was 
modified  to  read 

/  2  +  P  , 

where  a  is  diffusivity,  P  the  porosity,  and  the  subscripts  T  and  M  denote  theoretical  and  measured 
values,  respectively.     This  correction  was  checked  for  UC  where  the  arc-cast  specimen  of  99%  theoretical 
density  was  compared  with  the  sintered  one  of  79%.     At  temperatures  above  700°C,  this  correction  was 
found  to  be  in  good  agreement  with  the  data  and  the  corrected  79%  UC  values  fall  on  the  curve  of  the 
arc-cast  UC.     At  lower  temperatures  this  correction  did  not  account  for  the  increase  in  thermal  dif- 
fusivity of  the  arc-cast  UC;  this  is  at  present  thought  to  be  due  to  the  presence  of  impurities.  In 
the  case  of  the  mixed  carbide  and  the  PuC  the  porosity  correction  would  increase  the  experimental 
values  about  10%.     Since  the  rank  of  the  curves  is  not  changed  by  these  corrections  the  data  shown  in 
figure  9  were  not  corrected  to  theoretical  density.     The  order  of  increase  seen  here  has  been  found 
previously  by  Leary  and  coworkers  [10]  who  measured  the  thermal  conductivity  of  UC,  (Uo.8l''^0.2)C  and 
PuC  from  200  to  400°C.     Considerable  work  has  been  done  in  electrical  conductivity  measurements  [10-12] 
on  well  characterized  specimens  of  various  purity  levels.     Comparison  of  this  data  shows  that  the  same 
rank  is  followed  in  electrical  conductivity  as  has  been  observed  here  in  heat  transfer.    The  lower 
electron  transport  capability  of  PuC  is  probably  due  to  the  fact  that  it  is  a  defect  structure,  whereas 
the  UC  has  a  much  higher  electrical  conductivity  and  a  higher  thermal  conductivity  as  well.     PuC  could 
also  have  a  lower  lattice  component  than  UC  for  the  same  reason. 

A  comparison  in  the  lower  temperature  region  can  be  made  between  the  present  research  and  the 
diffusivity  work  at  the  Mound  Laboratory  [13].     A  radial  heat  flow  method  was  used  with  the  specimen 
being  heated  at  a  constant  rate.     Some  bonding  problems  were  encountered  with  this  method  due  to  the 
encapsulation  of  the  specimens  in  tantalum.     The  UC  work  was  carried  out  on  96%  dense  carbide,  with  a 
sintering  aid  consisting  of  0.1  wt.%  Ni.     A  carbon  analysis  of  4.78  wt.%  indicated  the  specimens  were 
stoichiometric;  however,  the  X-ray  analysis  showed  some  faint  U2C3,  UO2  and  UC2  lines.     The  data  agreed 
quite  well  with  our  work  on  the  high  density  carbide  around  400°C,  but  the  thermal  diffusivity  decreases 
rapidly  to  a  minimum  at  700°C  and  then  rises  gradually.     The  91%  dense  (Uo.8P"0.2)'^0.95  values  fall  on 
the  same  curve  as  our  work  when  the  data  are  corrected  to  100%  theoretical  density.     Both  the  Mound 
material  and  our  specimen  contained  about  0.2  wt.%  oxygen  and  both  were  substolchlometric  in  carbon  so 
that  good  agreement  was  to  be  expected. 

A  comparison  with  thermal  conductivity  work  on  arc-cast  high-purity  material  at  LASL  [10]  by  a 
standard  axial  heat  flow  method  can  be  made  at  400°C,  the  highest  temperature  of  their  research.  The 
UC  data  is  the  same  as  ours  but  the  (UQ^gPu0.2)C  and  the  PuC  values  are  much  higher  than  found  in  our 
work.     The  calculated  diffusivity  of  (Uo.8Puo.2)C  and  PuC  measured  at  LASL  was  5.3  x  10~^  and  4.3  x 
10~%^sec~-^  ,  respectively.     Our  dif f usivities  for  these  materials  were  3.5  for  (Uo.8P"^0.2)C  and  2.4  for 
PuC. 

Chemically  stoichiometric  UC  of  a  carbon  content  of  4.8  wt.%  but  with  varying  impurity  contents 
was  investigated  by  Hayes  and  DeCrescente  [11]  who  used  a  radial  heat  flow  method.     The  results  of  this 
work  generally  fall  within  the  range  of  our  UC  data  and  it  covers  the  temperature  span  from  1000  to 
1500°C.    The  thermal  diffusivity  of  their  highest  purity  material  containing  0.086  wt.%  0  and  0.052  wt.% 
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N  was  6.5  X  10~%^sec~-^  at  1000°C  compared  to  our  value  of  5.3  x  10"^.     At  1175°C  their  curve  went  below 
ours  and  leveled  out  at  around  1300°C,  staying  slightly  below  our  results.     Above  1250°C  there  was  very 
little  difference  betv/een  this  high  purity  material  and  two  specimens  of  combined  oxygen  and  nitrogen 
content  of  0.22  and  0.40  wt.%,  respectively. 

4.  Conclusions 

Thermal  diffusivity  measurements  were  made  over  a  1000°  temperature  range  (500  to  1500°C)  by  means 
of  the  same  apparatus  on  materials  of  similar    microstructure  and  density.     The  relative  magnitudes  and 
trends  shown  are  realistic  and  have  been  confirmed  in  part  by  other  work.     The  study  on  the  PuC  was 
carried  to  within  200°C  of  the  melting  point. 
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Figure  1«     Schematic  of  thenual 
diffusivity  apparatus. 
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purity  arc-cast  UC.     Samll  atp.ount 
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The  Thermal  Diffusivity 
and  Thermal  Conductivity 
of  Sintered  Urajiium  Dioxide 
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Thermal  conductivity  values  are  calculated  from  700  thermal  diffusivity  measure- 
ments between  970°K  and  2020°K  on  25  samples  of  sintered  2.7^  enriched  UOz.oo,  Slf"  of 
theoretical  density.    The  measurements  were  made  using  the  modulated  electron-beam 
technique  and  the  thermal  conductivities  of  all  the  samples,  derived  by  using  Moore 
and  Kelley's  specific  heat  values,  are  represented  by 

k  =  o,o227t\  3.38  *  ^'^      10-''t'   W  cm"'  degr'  (970-2020°K) 

the  95/2  confidence  limits  being  +  This  representation  of  the  thermal  conduct- 

ivity is  preferred  because  the  values  of  the  constants  agree  both  with  the  theory  and 
the  results  of  other  investigators. 

Key  Words:    Conductivity,  diffusivity,  heat  conductivity,  heat  diffusivity, 
modulated  electron  beam,  sintered  luranium  dioxide,  thermal  conductivity, 
thermal  diffusivity,  uranium  dioxide. 
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Suitability  of  the  Flash  Method  for  Measurements  of  the 
Thermal  Diffusivity  of  Uranium  Dioxide  specimens  Containing  Cracks 

D.  Shaw,  L.  A.  Goldsmith  and  A.  J.  Little 

Reactor  Development  Laboratories,   U.K.  Atomic  Energy  Authority, 
Windscale  Works,   Sellafield,  Seascale,  Cumberland, 
England, 


The  accuracy  of  thermal  diffusivity  measurements  by  the  flash-method  on  reactor 
fuel  specimens  containing  cracks  is  discussed.      A  theoretical  treatment  for  a  speci- 
men containing  a  "model"  crack  showed  that  the  thermal  diffusivity  as  measured  by  the 
flash-method  v/ill  probably  be  within  5%  of  the  value  derived  from  a  steady-state  heat 
flow  method.      Measurements  on  Armco  Iron  specimens  containing  restricted  heat-flov< 
paths  confirmed  this  conclusion. 

Key  Words:     Armco  Iron,  cracks,   flash-method,  model- crack,  reactor  fuel, 
steady-state  heat  flow,   thermal  diffusivity. 


1.  Introduction 
r  -1^ 

The  flash-method,  devised  by  Parker  et  al.  is  now  an  established  technique  m  most  laboratories 

interested  in  thermal  property  measurements.      In  particular,  it  is  of  great  value  in  measuring  the 
thermal  dif fusivities  of  relatively  small  specimens  on  vjhich  it  would  not  have  been  possible  to  use  a 
steady-state  heat  flow  method.      This  is  especially  true  of  measurements  on  ceramic  or  ceramic-based 
reactor  fuel  specimens  which  are  rarely  m.anuf actured  with  lengths  or  diameters  in  excess  of  0.75  in. 
A  possible  limitation  to  the  use  of  the  flash-method  is  in  cases  where  a  crack  or  cracks  form  across 
the  path  of  heat-flow,  such  as  may  occur  in  UO^  pellets  during  irradiation.      The  Parker  method  is,  of 
coxirse,  based  on  heat  flow  through  a  continuous  medium.      It  is  clearly  of  interest  to  determine  how 
well  the  method  applies  when  used  with  specimens  containing  cracks.      This  note  describes  a  theoretical 
and  an  experimental  approach  to  the  problem. 

2.     Thermal  Conductivity  I'easurements  on  UO^  Specimens 

The  flash-method  apparatus  of  Shaw  and  Goldsmith,   which  has  been  described  elsewhere  [2]  was  used 
to  carry  out  a  series  of  measurements  at  temperatures  between  400  and  1000  C  on  unirradiated  and 
irradiated  UO^  specimens,  cut  from  UO^  fuel  pellets.      Measurements  were  made  on  each  specimen  at  four 
temperatures,  nominally  400,  600,  800  and  1000  C.       At  any  given  temperature,  six  traces  of  time  versus 
back-face  temperature  were  taken.      Values  of  tj^  (i.e.  the  time  taken  for  the  temperature  of  the  back 
face  to  reach  half  its  maximum  rise  from  the  tii^ie  of  delivery  of  the  heat  pulse  to  the  opposite  face  of 
the  specimen)  were  worked  out  for  each^trace  and  the  mean  value  was  used  in  the  formula  a^iitl  /(t,) 
where  a  is  the  thermal  diffusivity  (cm  /s),««»is  a  number  (see  below)  and  1  is  the  thickness  of  the 
specimen  (cm).      Provided  heat  losses  do  not  occur,  £»  has  a  value  of  0.139.      At  temperatures  of  about 
600  C  and  higher,  significant  heat  losses  occur  and  it  becomes  necessary  to  work  out  a  revised  value 
for  to,  using  either  the  method  of  Cape  and  Lehmann  [3]  or  of  Cowan  [4].      Conductivity  values  were 
calculated  from  the  product  of  diffusivity,  density  and  specific  heat,  using  the  data  of  Moore  and 
Kelley  [S]. 

A  plot  of  thermal  conductivity  values  for  the  unirradiated  and  the  irradiated  specimens  is  shovm 
in  figure  1.      Irradiatiort  conditions  were  such  i.e.  irradiation  temperature  between  500  and  1000  C 
and  irradiation  levels  below  10,000  MWD/te,  that,  according  to  Clough  and  Sayers  [6]  it  is  most 
improbable  that  any  of  the  observed  decrease  in  conductivity  was  caused  by  the  usual  irradiation  effects 
i.e.  displaced  atoms,  defect  clusters  and  porosity.      Metallography  revealed  the  presence  of  cracks 
(figs.  2  and  3)  and  it  was  concluded  that  the  lower  values  were  almost  certainly  due  to  the  presence  of 
cracks.      Clearly,  since  the  accuracy  of  fuel  temperature  calculations  depends,  amongst  other  things,  on 
the  accuracy  to  which  the  thermal  conductivity  is  known,  it  becomes  important  to  assess  how  accurately 
the  diffusivity  (and  hence  the  conductivity)  may  be  measured  in  a  cracked  specimen  using  the  flash 
method. 


Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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3.   Theoretical  Treatment 

Using  an  idealised  model  for  the  crack,  the  apparent  conductivities  for  both  transient  and  steady- 
state  heat-flow  conditions  have  been  calculated  and  the  results  compared  with  the  experimentally  deter- 
mined values. 

3.1    Model  for  the  Crack 
In  devising  the  model  for  the  crack,   the  following  assumptions  were  made: 

(1)  The  crack  lies  on  a  plane  transverse  to  the  direction  of  the  heat  flow  and  has  a  thickness 
which  is  small  relative  to  the  specimen  thickness. 

(2)  The  temperature  distribution  in  the  crack  is  linear. 

(3)  Solid  contact  exists  between  the  two  faces  of  the  crack  over  a  fraction  of  its  surface  area. 

This  is  demonstrably  true,  |ince  heat  transfer  occurred  readily  through  the  specimens  during  tests,  in 
a  vacuum  of  better  than  10~  mm  Hg  and  at  temperatures  where  heat  transfer  by  radiation  would  be  negli- 
gible.     Metallography  of  several  discs  showed  that  all  the  major  cracks  were  connected  to  the  outer 
surfaces  of  the  disc  so  that  any  helium  filler  gas  originally  present  in  the  fuel  pin  or  any  of  the 
gases  formed  during  fission  would  have  been  pumped  away  thus  eliminating  the  possibility  of  heat 
transfer  by  gas  conduction. 

The  equation  to  be  solved  is  the  heat  conduction  equation 

c.i^  (1 
^  -   2     -  it  ^  ^ 

2      4  o     ■  • 

a  =  thermal  diffusivity  (m  /lO  s),     T=temperature  rise  (  C) 

The  boundary  conditions  for  the  transient  problem  are: 

(i)     No  loss  of  heat  from  the  back  surface,  -  . 


(ii)  The  heat  pulse  from  the  laser  beam  is  of  the  form 


-k  ^  =  H      for  0  '  t  '  r,  X  =  o  (3) 
=  o  otherwise 


(ill)  The  flow  of  heat  across  the  crack  is  continuous 


(^'^^=a  ('^^)x=a 
T^,  T^  are  the  temperatures  of  the  material  before  and  after  the  crack  respectively. 

a  is  the  distance  of  the  crack  from  the  front  surface  (cm),       1  is  the  length  of  the  specimen  (cm), 

k  is  the  thermal  conductivity  (kWm~^  deg"-'-),      H  is  the  amount  of  heat  absorbed  by  the  specimen  from  the 

laser  pulse  (J),      u  is  a  parameter  which  is  a  measure  of  the  effectiveness  of  the  crack  and  is  in 

effect 

crack  thickness  1  ■  ,_, 

=   Z — 7-- —  ^         X  —  (5) 

■conductivity  of  UO^  p 

p  is  the  percentage  of  the  crack  surface  which  is  in  solid  contact,     (p,  can  also  be  interpreted  in 
terms  of  a  crack  containing  gas),     T  is  the  duration  of  the  pulse. 

After  working  through  the  mathematics  of  the  problem,  a  formula  was  obtained  for  the  temperature  on 
the  rear  face 


T  -  T 
1  2 


(4) 
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H.  >     :h  \ 


f(     )e  r. 
n 


(6) 


where 


,   (1  -  e^n  °^^)   (7) 

f  (A.„)  =  —2"?  =r 

A.       1 1  cos        l-k„A.     (b  sin  \     a  cos  A.  b  +  a  sin  A.  b  cos  \  a)   -  k-,  sin  \     a  sin  \  b| 
n     J_  n       ^  n  n  n  n  n  ^  n  n  I 


where  a  +  b  =  1     and   '  satisfies 
n 


sin  >  1  =  k'  X    sin  >.     a  sin  '  b 
n  n  n  n 


(8) 


The  first  terra  in  the  series  for  (1,  t)  is  the  dominant  one  and  using  this  fact  the  following  formula 
is  obtained. 


log 


41f CX^) 


ay 


(9) 


t,  is  the  time  taken  to  reach  half  the  maximuin  temperature  rise. 

2 

Parker  et  al  [2]  have  obtained  a  similar  formula  for  the  diffusivity  in  terms  of  t. 


a?  (.1391)' 


(10) 


Hence  by  eliminating  t^  we  can  obtain  a  formula  relating  ot^/<^  to  the  other  parameters  in  the  problem 

where       is  the  diffusivity    of  cracked  UO^  and  o-  is  the  diffusivity    of  uncracked  UO^.      Assuming  that 

the  density  and  specific  heat  of  the  material  do  not  change, the  ratios  o  /n  and  k  /k  will  be  equivalent. 

a  a 

3.2    Steady  State 

In  the  steady  state  case  the  ratio  of  the  cracked  to  uncracked  conductivities  is  given  by 

k_  1 


(lC2i  +  1) 


(11) 


Comparing  this  model  with  actual  specimens  indicates  that  typical  values  for  u  lie  between  about  5  and 
20.  In  the  case  a  =  b  (central  crack),  the  table  below  lists  the  values  of  the  ratio  of  the  apparent 
(measured)  conductivity  to  the  actual  unirradiated  conductivity  in  both  the  steady  and  transient  cases. 


Table  1 


Size  of  crack  (u,) 

0 

1 

5 

10 

100 

ro 

Apparent  reduction  in  conductivity 
(kj^A:)  for  transient  flow 

1 

.936 

.777 

.640 

.157 

0 

Apparent  reduction  in  conductivity 
(ka/"k)  for  Steady  flow 

1 

.958 

.820 

.599 

.188 

0 
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Thus  in  the  cases  considered  here,  the  conductivity  of  cracked  UO^  found  by  the  laser  flash  method  is 
always  somewhat  lower  than  the  effective  conductivity  in  the  reactor,  but  not  less  than  80%  of  it. 
The  experimentally  determined  values  of  conductivity  in  most  of  the  cracked  irradiated  specimens (fig.  1) 
are  about  80%  of  those  in  uncracked  unirradiated  specimens.      Thus  the  cracks  in  the  former  have  about 
the  same  effect  as  an  idealised  central  crack  with  a  value  of  u,  =  5.      This  suggests  that  the  values  of 
conductivity  obtained  by  the  flash  method  are  up  to  5%  lower  than  the  conductivity  of  the  same  specimen 
under  conditions  of  steady-state  heat  flow  (e.g.  in  the  reactor). 


4.     Experimental  Approach 

The  object  of  the  work  was  to  compare  values  of  thermal  diffusivity  obtained  by  the  flash-method  on 
specimens  containing  artificial  discontinuities,  simulating  cracks,  with  values  obtained  by  theoretical 
calculation  on  the  same  specimens.      To  facilitate  machining,  the  specimens  were  prepared  from  a  bar  of 
Armco  iron. 

4.1    Specimen  Details 

Two  types  of  specimens  were  used.       The  first,  chosen  because  the  steady  state  thermal  conductivity 
ratios  could  be  calculated  to  better  than  5%  were  solid  cylinders,  with  annular  central  grooves  of 
varying  size  cut  into  them.      The  second  type,  attempting  to  simulate  a  cracked  specimen,  were  rectan- 
gular slabs  with  holes  of  differing  size  and  position  drilled  through  them  at  right  angles  to  the 
direction  of  heat  flow.      Details  of  the  various  specimens  are  given  in  Tables  2  and  3. 

4.2    Experimental  Method 

The  diffusivity  of  a  solid  specimen  was  first  measured  at  either  one  of  tvjo  temperatures,  nominally 
400  and  600  C.      The  effective  diffusivity  of  an  " inhomogeneous "  specimen  of  similar  external  dimensions, 
was  next  measured  at  the  same  temperature,  the  diffusivity  value  being  calculated  using  the  standard 
Parker  equation  as  if  it  were  a  solid  specimen.      From  these  measurements,  the  ratios  of  effective 
diffusivity  of  the  inhomogeneous  specimens  to  that  of  a  solid  specimen  of  similar  external  dimensions, 
were  obtained.      With  the  specimens  machined  with  central  annular  grooves,  measurements  were  made  with 
the  heat  flow  in  one  direction  only.      With  the  specimens  containing  drilled  holes,  measurements  were 
made  with  the  heat  flow  in  both  directions.      This  reversal  had  little  or  no  effect  on  the  value  of 
effective  conductivity. 

4.3  Calculation  of  the  steady-state  Values 

The  steady-state  conductivity  ratios  of  the  first  set  of  specimens  were  calculated  using  a  solution 
derived  by  Cetinkale  [7]  for  the  therinal  resistance  of  two  metal  surfaces  in  contact.      The  thermal 
resistance  of  a  cylindrical  specimen  containing  a  central  annular  groove  with  axial  heat  flow  consists 
of  two  parts,  the  simple  resistance  of  the  constricted  cylinder,  and  the  resistance  due  to  the  conver- 
gence of  the  heat  flow  lines  to  pass  through  the  restriction.      The  steady-state  resistance,  R^,  of  the 
constricted  cylinder  is, 


'^T  = 


Tnr^k 


 1 

TTrk" 


tan 


R-r 


(12) 


and  equating  this  to  the  effective  resistance: 


1+6 
TTR^ke 


(13) 


where  R  is  the  radius  of  the  cylinder  (cm),     r  is  the  radius  of  the  constriction  (cm),     6  is  the  length 
of  the  contriction  (cm),     (5  +  1)  is  the^total^ length  of  the  grooved  cylinder  (cm),    kg  is  the  thermal 
conductivity  o|  the  |olid  cylinder  (kWm      deg    ),  and  k    is  the  effective  conductivity  of  the  grooved 
cylinder  (kWm      deg    )  gives  the  ratio  ke/ks  for  these  specimens.      This  analysis  assumes  that  1  >  2R 
and  1  »  5.      This  latter  condition  was  not  fulfilled,  but  would  probably  not  introduce  an  error  of 
more  than  a  few  percent.      The  ratio  of  solid  to     'effective'  density  was  easily  calculated,  and  as  the 
specific  heats  would  be  the  same,  the  ratio  of  'effective'  to  solid  thermal  diffusivity  ^^^^'^  was  found. 
This  latter  ratio  was  in  fact  virtually  independent  of  6,  the  width  of  the  slot,  as  can  be  seen  in 
Table  2,  below. 
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Table  2.    Thermal  diffusivity  ratios  for  the  grooved-cylinder  specimens 


Specimen 
No. 

Specimen 
size 

Groove 
dimensions 

Steady  State 

Tr  ansient 
Diffusivity 
Ratio  Cg/Q, 

s 

iOtaJ. 

Length 

Dia. 

(2R) 

Length 

Dia. 

(2r) 

Thermal 
Conductivity 
ratio  kg^j^ 

s 

Density 

ratio  p  , 

s/pg 

Diffusivity 

ratio  Q  J 
e/cv 

s 

(378°C)  (577°C) 

1  A 

0.750 

0.754 

0.258 

0.536 

0.61 

1.21 

0.74 

0.71  0.71 

1  B 

0.759 

0.764 

0.156 

0.528 

0.66 

1.12 

0.73 

0.72  0.69 

1  C 

0.732 

0.760 

0.258 

0.266 

0.20 

1.45 

0.28 

0.27  0.28 

1  D 

0.759 

0.768 

0.144 

0.256 

0.24 

1.20 

0.29 

0.28  0.28 

The  steady-state  conductivity  ratios  of  the  second  set  of  specimens  were  calculated  by  splitting  up 
the  slab  into  longitudinal  sections,  as  shown  in  figure  4,  calculating  the  resistance  of  each  section, 
and  summing  these  resistances,  using  the  resistance  in  parallel  rule,  to  obtain  the  total  resistance  of 
thfi  slab.      The  resistance  of  each  elemental  constricted  slab  (R  )  was  calculated  in  a  similar  manner  to 

3 

that  of  the  first  set  of  specimens,  i.e.  as  the  sum  of  the  simple  resistance  of  the  constricted  slab  and 
the  resistance  due  to  the  convergences  of  the  heat  flow  lines.      This  latter  resistance  was  calculated 
using  the  results  from  reference  [7 J  and  converting  from  cylindrical  to  linear  co-ordinates.  The 
circular  holes  in  the  slab  were  assumed,  for  ease  of  calculation,  to  be  rectangular,  but  of  the  same 
cross-sectional  area.      The  whole  slab  is,  clearly  made  up  of  a  parallel  combination  of  n  of  these 
elemental  constricted  slabs,  where  n  is  the  number  of  holes,  and  the  two  plain  end  sections        and  E^, 
whcee  resistances  are  R^  and       respectively.      Thus  the  reciprocal  of  the  total  resistance  R^  is: 

(R^)~^  =  n(Rg)"^  +  (R^)'^  ••-  iR^)'^  (14) 

where  R      =  — ^—    +      ^  ,       +    -V"    Cosh"^    ^3"^4  ,  .  (15) 

s  x.yk  x.yk  Tiyk.   

S-*  s  4-'  s  s  X. 

4 

(U6)        ,    „  (1+6) 

R,     =   ; —    and    R_  =   ; —  (16) 

1  x^yk^  2  x^yk^ 

(See  figure  4  for  the  meaning  of  symbols). 

Writing  the  effective  resistance  of  the  whole  slab: 

R  --i±^ 

T  xyk^ 


(17) 


and  equating  eq  (15)  to  the  reciprocal  of  eq  (17),  the  ratio  of  the' steady-state'  effective  to  solid 
thermal  diffusivity  is  then  easily  calculated,  as  in  the  first  set  of  specimens.      Unfortunately  the 
steady-state  conductivity  values  proved  to  be  particularly  sensitive  both  to  the  shape  of  the  holes  and 
to  the  specimen  dimensions  (Table  3).      Consequently  the  steady-state  conductivity  ratios  could  not  be 
calculated  with  an  accuracy  of  better  than  about  20%. 
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Table  3.      Thermal  diffusivity  ratios  for  drilled  specimens 


Specimen 

Specimen  size 

Hole  Dimension 

D  i  s  t  anc  e 
of  hole 

Steady-state  ratios 

Transient 
Method 

No. 

Length 

Dia. 

No. 

Dia. 

Separation 

centres 
from  upper 

s 

Ps/0 

e 

e/Q- 

s 

e/Q' 

s 

Diffusivity 
Ratio 

surface 

MAX 

391°C 

577°C 

2  A 

M 

1.039 

0.511 

7 

.079 

.034 

.112 
.399 

0.78 

1.07 

0.83 

r 

0.80 
" 

0.82 

0.81 

0.79 
0.81 

2  B 

1.024 

0.513 

7 

.080 

.033 

.262 
.251 

0.76 

1.07 

0.81 

0.78 
.. 

0 . 70 
0.70 
0.69 

0 .58 
0.69 

2  C 

1.029 

0.514 

9 

0.052 

.025 

.258 
.256 

0.89 

1.04 

0.92 

0.88 

0.88 
0.85 

0.84 
0.87 

2  D 

1.036 

0.512 

7 

0.086 

0.030 

.258 
.254 

0.75 

1.08 

0.81 

0.74 

0.69 
0.69 
0.69 

0.69 

2  E 

1.055 

0.512 

7 

0.080 

0.034 

.142 

0.77 

1.07 

0.82 

0.79 

0.74 

0.73 

4.4    Results  and  Discussion 

Details  of  both  sets  of  specimens,  together  with  a  comparison  of  their  'steady-state'  and  'transient 
thermal  diffusivity  ratios  are  given  in  Tables  2  and  3. 

With  the  grooved  specimens,  there  is  excellent  agreement  between  the  'steady-state'  and  'transient' 
conductivity  ratios.      The  latter  values  are  always  less  than  or  nearly  equal  to  the  former  ones.  The 
drilled-slab  specimens  show  differences  between  the  'steady-state'  and' transient'  conductivity  ratios 
of  between  2  and  15%.      This  may,  at  first  sight,  appear  exceptionally  great,  but  because  the  'steady- 
state'  ratio  is  particularly  sensitive  to  the  specimen  dimensions  this  degree  of  difference  is  not  sur- 
prising.     For  example,  a  15%  change  in  the  'steady-state'  ratio  may  be  made  by  assuming  the  holes  to  be 
square  instead  of  rectangular  in  shape,  maintaining  the  same  cross-sectional  area,  and  a  difference  of 
only  0.001  in.  in  hole  size  and  separation  gives  a  2-J%  change  in  this  ratio.      In  addition,  practical 
difficulties  made  it  impossible  either  to  drill  the  holes  accurately  orthogonal  to  the  direction  of  heat 
flow  or  parallel  to  one  another.      Thus  the  calculated  steady  state  value  could  well  be  in  error,  and 
the  discrepancies  between  the  steady  state  and  transient  ratios  are  not  necessarily  due  to  erroneous 
diffusivity  values.      However,  the  results  for  these  specimens  do  show  that  the  value  of  the  thermal 
diffusivity  does  not  markedly  depend  on  the  direction  of  heat  flow,  as  can  be  seen  most  clearly  for       -  / 
specimen  2A. 


5.  Conclusion 

The  theoretical  analysis  on  a  specimen  containing  a  "model"  crack  and  the  experimental  work  on 
specimens  containing  restricted  heat-flow  paths,  have  both  shown  that  the  thermal  diffusivity  of  a 
specimen  containing  a  crack  or  impediment  to  heat  flow  may  be  obtained  to  an  accuracy  of  better  than 
about  5%  using  the  flash-method  with  the  equation  of  Parker  et  al. 
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Figure  1.    Plot  of  thermal  conductivity  versus  temperature  for  unirradiated  and  irradiated  specimens. 


[ 


1 


Figure  2, 


J 


Figure  3. 


Sections  from  irradiated  UO2  pellets  showing  moderate  and  severe 
amounts  of  cracking  respectively. 
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Thermal  Conductivity  of  Uranium  Oxycarbides 


J.   Lambert  Bates 

Battelle  Memorial  Institute 
Pacific  Northwest  Laboratory 
Richland,  Washington  99352 


The  thermal  diffusivity  of  uranium  oxycarbide  was  measured  from 
100  to  1500°C  as  a  function  of  oxygen  concentration  from  2  to  17 
at  A  of  the  anions.     The  thermal  diffusivity   (a)   of  the  oxycarbides 
decreased  and  the  shape  of  the  a-versus-T  curve  changed  as  the  oxy- 
gen content  increased.     Oxycarbides  with  the  lowest  oxygen  content 
showed  a  decrease  in  a  as  the  temperature  increased,  whereas  the 
oxycarbides  with  the  highest  oxygen  content  exhibited  a  slight  in- 
crease in  a  with  an  increase  in  temperature.     The  thermal  dif- 
fl^sivities  of  all  specimens  approach  a  common  value  near  5  x  10"^ 
m-Zs  at  the  higher  temperatures. 

The  calculated  thermal  conductivities  near  1500°C  of  the 
uranium  oxycarbides  are  approximately  18  W  m'-'-  deg"-'-,  very  near 
the  reported  values  for  nearly  stoichiometric  and  slightly  hypo- 
stoichiometric  UC.     The  thermal  conductivities  of  the  oxycarbides 
can  be  qualitatively  separated  into  an  electronic  component,  obeying 
the  Wiedemann-Franz-Lorentz  law,   and  a  lattice  component,  varying 
inversely  with  temperature.     The  decrease  in  thermal  conductivity 
at  the  lower  temperatures  with  increasing  oxygen  content  results 
primarily  from  changes  in  the  lattice  component.     Small  decreases 
also  occur  in  the  electronic  component  over  the  entire  temperature 
range  due  to  increases  in  oxygen  content. 


Key  Words:     Armco  iron,   conductivity,   electrical  resistivity, 
pulse  method  thermal  diffusivity,   thermal  diffusivity,  thermal 
conductivity,  uranium  carbide,  uranium  oxycarbide. 


1.  Introduction 

Uranium  monocarbide  has  received  considerable  attention  as  a  high  temperature  fuel 
for  nuclear  reactors.     Unfortunately,   it  has  been  difficult  to  prepare  uranium  mono- 
carbide  entirely  free  of  oxygen,   the  oxygen  often  being  found  in  solid  solution  with 
the  monocarbide  structure.     The  difficulty  in  producing  single-phase  specimens  has  con- 
tributed significantly  to  the- wide  variation  in  reported  values  for  thermal  conductivity 
and  other  high- temperature  properties. 

Recent  extensive  investigations  have  been  made  of  the  phase  relations  in  the 
uranium  carbide  region  of  the  uranium  -  carbon  -  oxygen  system  [1-4].^  Single-phase 
solid- solution  uranium  oxycarbides  can  be  prepared  with  oxygen  contents  approaching  17 
atomic  percent. 


This  paper  is  based  on  work  performed  under  United  States  Atomic  Energy  Commission 
Contract  AT (45 - 1) - 1830 . 

Research  Associate,  Physical  Ceramics  Unit,  Materials  Department,  Pacific  Northwest 
Laboratory,   operated  by  Battelle  Memorial  Institute  for  the  United  States  Atomic 
Energy  Commission,   Richland,  Washington. 

Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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I 


The  purpose  of  this  study  was  to  determine  the  thermal  dif fusivities  of  some  uran- 
ium oxycarbides  as  a  function  of  oxygen  content   (to  17  at.%)   in  the  temperature  range 
from  100  to  1500°C,   to  calculate  thermal  conductivity  values,   and  to  evaluate  the  data 
in  terms  of  tlie  electronic  and  lattice  condition  processes. 


2.     Thermal  Diffusivity  Measurements 

The  uranium  oxycarbide  samples  were  prepared  by  reaction  sintering  of  calculated 
quantities  of  uranium,  graphite,   and  UOt  powders.     The  compacts  were  pulverized  and 
milled  to  a  fine  powder  in  an  all-nickel  mill  under  highly  purified  argon.     Pellets  were 
cold  pressed  and  sintered  at  1700°C  for  two  hours   in  an  atmosphere  of  carbon  monoxide 
at  or  very  near  the  decomposition  pressure  for  each  oxycarbide  specimen.     Details  of 
the  fabrication  process  have  been  published  by  Henry  et  al.  [1]. 

Ceramographic  specimens  were  mounted  in  resin  and  rough  ground  on  dry  3/0  and  2/0 
emery  papers.     The  specimens  were  first  polished  for  one  hour  on  a  vibratory  polisher 
with  0.3  Mm  AI2O3  in  water  on  Metcloth.     A  final  polish  was  obtained  using  20  ym  MgO 
powder  in  water  on  Gamal  cloth  for  1/2  to  1  hour.     The  polished  surfaces  on  some  speci- 
mens were  improved  by  five-second  etching  followed  by  hand  polishing  with  MgO  in  water. 
This  was  repeated  if  necessary  to  remove  final  scratch  marks.     Specimens  were  etched  in 
1:1:1  nitric  acid,   acetic  acid,   and  water  at  room  temperatures. 

The  compositions  and  densities  of  the  uranium  oxycarbide  specimens  are  shown  in 
table  1.     The  compositional  relationships  of  each  specimen  to  the  reported  uranium  - 
carbon  -  oxygen  phase  diagram  at  1700°C  are  illustrated  in  figure  1.  UCON-283 
(^0  . 495'-'0 . 485^0 .  02^         single  phase  with  minor  traces  of  free  uranium  and  UC2 
(Widmanstatten  precipitate)    (figure  2).     The  relative  slow  cooling  rate  during  the  thermal 
diffusivity  measurements  resulted  in  the  increase  in  UCt  precipitates.     The  presence  of 
free  uranium  indicates  inhomogeniety  on  a  microscale.     Some  grain  growth  appears  to  have 
occurred  during  measurements.     UCON  -  365   (Un  a^Cq  49O0  OS-*  deliberately  made  more 

hyperstoichiometric  resulting  in  a  higher  Widmanstatten  precipitate  of  UC2   (figure  3) . 
A  precipitate  in  the  grain  boundaries  in  the  etched  specimen  after  the  thermal  diffu- 
sivity measurements  is  probably  secondary  sesquicarbide   (U2C3) . 


Table  1.       Description  of  uranium  oxycarbide  specimens 


Composition, 
Atom  I 

Dens  ity 
kg/m3(10  ) 

Designation 

U 

C 

0 

Microstructure 

UCON-283 

49.  5 

48  .  5 

2 

12.7 

Single  phase  UC^Oy  with 
trace-free  U  +  UC2 

UCON-288 

49.5 

35.  5 

15 

12.5 

Two-phase  UC^Oy  and  UO2 
with  trace-free  U 

UCON-289 

49.  5 

33.  5 

17 

12.3 

Two-phase  UC^^-O     and  UO2 
with  trace-free  U 

UCON-365 

48.0 

49.0 

3 

13.1 

Two-phase  UC^Oy  +  UC2 
with  trace  UO2 . 

UCON-2  88   (U  C  0„       )   and  UCON-289   (U„        C  0„  are  two  phase  UC  0 

and  UO2  with  traHfei^df ^f I'gd  utifiium  (figure  4)  .  Thg^UO^-fg^^the  light  grey  phase  and  ^ 
the  free  uranium  is  the  white  phase  in  the  unetched  micrographs.  UO2  appears  white  in 
the  etched  specimens. 

The  as  -  fabricated  cylinders'^  were  cut  into  thin  disks   (-  0.100  cm  thick  and  0.635 
cm  in  diameter)   for  the  thermal  diffusivity  measurements. 


The  uranium  oxycarbide  cylinders  for  this  study  were  fabricated  at  the  Albany  Research 
Laboratory,  United  States  Bureau  of  Mines,  Albany,  Oregon. 
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The  thermal  diffusivity  of  uranium  oxycarbide  was  measured  from  100  to  1500°C  using 
a  laser-pulse  technique   [5,6].     The  pulse  was  provided  by  a  1.27  cm  diameter  ruby  laser 
with  energy  output  of  3  -   7  joules.     The  pulse  width  was  0.54  ms . 

The  temperature  transients  on  the  back  surface  of  the  specimens  were  measured 
optically  using  a  liquid  nitrogen  cooled,   indium  antimonide  infrared  detector.  The 
signal  from  the  detector  was  displayed  on  an  oscilloscope  and  recorded  on  polaroid  film. 
Corrections  were  made  for  heat  losses  using  the  method  proposed  by  Cowan   [7,8].  No 
pulse  time  corrections  were  required. 

The  specimen  was  heated  in  a  vertical  tungsten  tube  furnace  which  was  heated  by 
direct  current  resistance.     The  sample  was  held  in  a  UO2  holder  with  small  tungsten 
pins. 

Temperatures  were  measured  using  Pt  versus  Pt-131  Rh  thermocouples  positioned  in 
the  holder.     This  thermocouple  was  calibrated  using  another  Pt/Pt-131  Rh  thermocouple 
welded  to  a  thin  platinum  disk  set  in  the  sample  position.     Temperatures  were  controlled 
manually. 

Measurements  were  made  in  a  purified  argon  atmosphere;   the  inlet  argon  contained 
<  1  ppm  oxygen  and  <  5  ppm  H2O.     The  pressure  in  the  furnace  was  one  atmosphere. 

Each  specimen  was  heated  initially  to  1000°C,  and  thermal  diffusivity  measurements 
made  during  the  increase  and  decrease  in  temperature.     The  samples  were  removed  from 
the  furnace  to  check  for  possible  reaction  with  the  tungsten  or  UO2.     The  specimen  was 
reinserted  ^n  the  furnace  and  thermal  diffusivity  measurements  were  made  to  approxi- 
mately 1500  C.     No  reactions  between  the  sample  and  the  UO2  or  W  of  the  holder  were 
detected. 

The  thermal  diffusivity  apparatus  was  calibrated  using  Armco  iron.  The  thermal 
diffusivity  data  (figure  5)  for  the  iron  are  in  satisfactory  agreement  with  the  data 
reported  by  Cody  et  al.[9],  Godfrey  et  al.[10],  and  Shanks  et  al .  [11]. 


3.     Results  and  Discussion 

Thermal  diffusivity  data  for  uranium  oxycarbide  from  100  to  1500°C  are  shown  in 
figure  6. 

The  thermal  diffusivity   (a)   of  the  oxycarbides  decreased  with  increasing  oxygen 
content.     This  change  was  most  pronounced  at  the  lower  temperatures.     The  diffusivity 
of  the  samples  containing  15  to  17  at. I  oxygen  is  approximately  60%  of  that  of  the 
samples  containing  2  at.%  oxygen.     This  difference  decreases  as  the  temperature 
increases. 

The  temperature  dependence  of  the  oxycarbides  varied  significantly  with  oxygen 
content.     The  oxycarbides  with  the  lowest  oxygen  concentration  showed  a  decrease  in  a 
as  the  temperature  increased.     In  contrast,   the  oxycarbides  with  the  highest  oxygen 
concentration  exhibited  a  very  slight  increase  in  a  with  an  increase  in  temperature. 
The  overall  result  is  that  the  dif f us ivities  of  all  the  specimens  approach  a  common 
value  near  5  x  10"^  m^/s  at  the  higher  temperatures. 

Since  there  are  no  reported  thermal  diffusivity  or  conductivity  data  for  uranium 
oxycarbides,   comparisons  can  best  be  made  using  data  for  uranium  monocarbides .  The 
magnitude  of  the  thermal  diffusivity  values  at  high  temperatures  above  1100°C  fit 
closely  between  the  thermal  diffusivity  values  of  hyper-  and  hypostoichiometric  uranium 
monocarbide  reported  by  Wheeler   [12]    (figure  6).     However,   the  temperature  dependence 
of  the  thermal  dif fusivities ,  with  the  exception  of  the  51  at. I  C  reported  by 
Wheeler   [12],   are  somewhat  different,  with  a  decrease  at  lower  temperatures.     It  is 
more  difficult  to  make  a  comparison  between  the  thermal  conductivities  of  UC^Oy  and  UC 
because  of  the  wide  variations  in  reported  UC  thermal  conductivity  values    [12-16]  . 

Thermal  conductivities  of  the  uranium  oxycarbides  were  calculated  using  heat 
capacity  data  for  uranium  monocarbide.     Since  the  preliminary  heat  content  data  for 
UCj(;Oy  do  not  differ  significantly  from  that  for  uranium  monocarbide   [17]  ,   the  heat 
capacity  data  reported  by  Godfrey  et  al .    [18]  were  used  for  these  calculations.  These 
results  are  shown  in  figure  7. 

The  thermal  conductivity  values  for  the  uranium  oxycarbides  above  1000°C  agree 
best  with  nearly  stoichiometric  UC,  (figure  8). 
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The  temperature  dependence  o£  the  thermal  conductivity  for  UC  reported  by  Dayton 
and  Tipton  [13]   is  most  consistent  with  the  temperature  dependence  of  the  UC^Oy  data, 
decreasing  with  temperature  at  the  lower  temperatures.     It  is  also  consistent  witli  the 
decrease  in  conductivity  resulting  from  an  increase  in  the  oxygen  content. 

The  decrease  in  thermal  conductivity  due  to  an  increase  in  oxygen  content  is 
attributed  to  a  decrease  in  both  the  lattice  and  electronic  components,  with  the  larger 
decreases  at  lower  temperatures  due  primarily  to  changes  in  lattice  conduction.  The 
small  decreases  in  conductivity  at  the  higher  temperatures  are  attributed  to  decreases 
in  the  electronic  component  of  the  thermal  conductivity.     Since  uranium  carbide  and 
uranium  oxycarbide  are  relatively  good  electrical  conductors  in  the  temperature  range 
of  this  study,  the  thermal  conductivity  will  undoubtedly  be  comprised  of  an  electronic 
component  as  well  as  a  lattice  component.     The  electronic  component  might  be  expected 
to  obey  the  Wiedemann-Franz - Lorentz  law,   and  the  lattice  component  will  vary  inversely 
with  temperature.     The  following  analysis  was  made  to  determine  qualitatively  the 
changes  in  Xj^  and        which  contribute  to  the  decrease  in  the  total  thermal  conductivity. 

The  lattice  component  of  the  thermal  conductivity  can  be  derived  by 

=  ^  - 

where  X^  =  lattice  conductivity,   X  =  total  conductivity  and  X^  =  electrical  conduction. 
X^  can  be  estimated  from  the  electrical  conductivity  assuming  the  validity  of  the 
Wiedemann-Franz-Lorentz  law 

Xe  =  L  T  a  (2) 

Data  on  the  electrical  properties  of  uranium  oxycarbide  are  very  limited.  Ideally, 
measurements  should  be  made  on  the  same  specimens  used  for  thermal  diffusivity  studies. 
However,  because  of  the  low  resistance  of  the  small  oxycarbide  specimens  and  the  dif- 
ficulty in  fabricating  long  specimens  of  high  quality,  only  one  reliable  data  point  has 
been  obtained  to  date.     This  result  indicated  that  resistivity  at  room  temperature  for 
the  oxycarbide  was  significantly  higher  than  for  uranium  monocarbide   (see  figure  9). 

Some  recent  preliminary  electrical  resistivities  for  some  uranium  oxycarbides  have 
been  measured  by  Warren  and  Lacis   [19].     These  results  show  that  the  electrical  resis- 
tivity increases  with  the  addition  of  oxygen,   and  that  the  temperature  dependence  is 
approximately  the  same  for  the  oxycarbides  as  for  UC  but  with  higher  resistivity  values. 
However,  only  one  set  of  data  could  be  compared  to  the  specimens  used  in  this  study 
since  only  electrical  resistivity  data  for  oxycarbides  with  the  same  stoichiometry 
(  ~50     at.%  C)  and  same  oxygen  content  could  be  used. 

The  electrical  resistivities  for  UC   (~50at.%  C)   and  for  stoichiometric  uranium 
oxycarbide  with   -  15  at. I  oxygen  used  in  this  analysis  are  illustrated  in  figure  9.  The 
electrical  resistivity  of  UC  reported  by  Carneglia   [20]    is  approximately  10%  higher  than 
the  resistivity  reported  by  Mustacchi  et  al.    [21].     An  average  of  the  two  sets  of  data 
for  each  temperature  was  used  in  this  analysis. 

The  resistivity  curve  for  uranium  oxycarbide  combines  the  data  of  Warren  and 
Lacis   [19]   for  Uq  .  50^0 .  38'-'0 . 15  higher  temperatures  with  the  room  temperature 

data  point  obtained  for  Uq  .  495CQ  _  355OQ  ■1^5.     The  curve  is  estimated  for  the  intermediate 
temperatures. 

The  electrical  resistivity  curves  for  the  intermediate  oxycarbide  compositions 
of  2  and  3  at . %  oxygen  were  estimated  from  the  resistivity  curves  for  UC  and 

^0  495^0.355^0  15  (figure  9).     It  was  assumed  that  the  predominant  conducting  mechanism 
at'l400OC  for  OC  and  the  oxycarbides  is  Xg  and  that  the  differences  in  the  thermal 
conductivity  at  1400°C  reflect  the  differences  in  the  electronic  components  between 
specimens.       The  thermal  conductivity  data  of  Dayton  and  Tipton  [13]  were  used  in  this 
analysis  since  data  over  the  entire  temperature  range  was  available.     The  ratio  of  the 
difference  between  the  thermal  conductivity  of  each  oxycarbide  and  UC  at  1400°C  was  the 
ratio  used  to  estimate  the  electronic  resistivity  of  the  intermediate  oxycarbides 


5 

very  close,  no  attempt  was  made  to  separate;  only'the'former  is  used  in  the  analysis 


Since  the  thermal  conductivity  values  for  U0.495CQ  ^ssOg  15  and  Ug , 495C0 .^jsOq . 17  are 

e;*only  the  former  is  used  m  the  analyj  " 
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(^0 . 495^0 . 4  SS'-'o  0^  ^^'^  '^0,48^0  49^0  03-'  temperatures.     This  assumes  that  the 

change  in  * lattice'conductlon  due  to'oxygen  content  at  1400°C  is  negligible. 


The  electronic  component  for  UC  and  for  the  oxycarbides   was    calculated  using 
eq   (2)   assuming  a  theoretical  Lorentz  number  of  2.45  x  10'^  v2/deg2   (^^^o^^2  ) 

(figure  10).  The  lattice  component  was  then  determined  using  eq  (1)  anc^  the  measured 
thermal  conductivity  values  (figure  10] .  The  tliermal  resistance  is  also  plotted  as  a 
function  of  temperature  to  determine  how  closely  the  lattice  component  agrees  with  an 
inverse  temperature  relation  (figure  11).  The  linearity  of  the  oxycarbides  and  UC  is 
relatively  good.  The  thermal  conductivity  for  UC  had  a  lower  lattice  conductivity  than 
was  anticipated.  This  could  have  resulted  from  the  inappropriate  choice  of  thermal 
conductivity  data  (Dayton  and  Tipton  [13])  since  the  data  relate  to  50. 3  at.%  C  in  the 
UC.  (It  has  been  demonstrated  that  the  thermal  conductivity  varies  significantly  due 
to  stoichiometry . ) 

The  results  of  this  analysis  of  the  thermal  and  electrical  conductivity  of  UC^Oy 
demonstrates  qualitatively  that  both  the  lattice  and  electronic  conduction  of  uranium 
oxycarbide  decrease  with  increasing  oxygen  content.     It  also  shows  that  the  larger 
changes  occur  in  the  lattice  component  at  the  lower  temperatures,  \vhereas  the  thermal 
conductivity  decrease  above  1400°C  results  primarily  from  changes   in  the  electronic 
component . 

Further  study  will  be  necessary  to  obtain  a  quantitative  understanding  of  the 
effects  of  oxygen  composition  on  the  thermal  and  electrical  properties  of  UC^Oy. 
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Oxygen.   Atomic  Percent 

FIGURE  1        Phases  and  Phase  Relations  in  the  U-C-0  System  at  1700°C 
Showing  Composition  of  Uranium  Oxycarbide  Samples  [1]. 


As  Polished  As  Etched 


FIGURE  2        Microstructure  o£  UQ_4g5Co  485O0  02   (UCON-283)  Before 
and  After  Thermal  Ditfusivity  Measurements  to  1500  C. 
The  Oxycarbide  is  Single  Phase  with  a  Trace  of  Free 
Uranium  (White  Phase).  281X 
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FIGURE  6 


Thermal  Diffusivity  of  Uranium  Oxycarbide  in  Relation  to 
the  Thermal  Diffusivity  of  Uranium  Monocarbide. 
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FIGURE  7        Thermal  Conductivity  of  Uranium  Oxycarbides.  (Not 
Corrected  for  Density) 
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FIGURE  8        Thermal  Conductivity  of  Uranium  Oxycarbides  in  Relation 
to  the  Thermal  Conductivity  of  Uranium  Monocarbides . 
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FIGURE  9        The  Electrical  Resistivity  of  Uranium  Oxycarbide 
and  Uranium  Monocarbide. 
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The  Effect  of  Irradiation  on  the  Thermal  Conductitritv  of  some  Fissile 
Ceramics  in  the  Range  150-1600°C  Up  Xo  a  Dose  of  10^'  Fissions  cm~^ 


D.  J.  Clough 

United  Kingdom  Atomic  Energy  Authority, 
Metallurgy  Division,  Harwell, 
EN&LAND 


A  study  has  been  made  of  the  effects  of  irradiation  on  the  thermal  conductivity 
of  polycrystalline  sintered  UOg  and  arc  cast  and  sintered  UC. 

Measurements  have  been  made  continuovisly  during  irradiation  in  a  series  of 
experiments,  the  irradiation  capsule  being  designed  to  act  as  a  calorimeter. 
Temperatures  have  been  measured  both  at  the  centre  of  the  specimen  and  its  peri- 
phery to  eliminate  the  contribution  of  the  specimen/cladding  interface  to  the 
measured  temperattire  drop. 

19  -3 

It  has  been  shown  that  iqj  to  4  x  10     fissions  cm     measvirable  defect  damage 
effects  are  restricted  to  continuous  irradiation  temperatures  below  500  C  both  in 
UOg  and  UC.    Below  500°C  in  UOg  reductions  of  up  to  3^  in  thermal  conductivity 
have  been  measvired  up  to  4  x  10^9  fissions  cm"^.    The  nature  of  the  damage  is  both 
dose  and  temperature  dependent  as  evidenced  by  anneals  performed  during  irradiation. 

Values  obtained  for  UOg  between  500°C  and  1600°C  lie  close  to  presently 
accepted  values  for  the  unirradiated  material  as  do  those  for  UC  between  500  C  and 
700°C. 

21  -3 

Extension  of  work  to  10     fissions  cm     has  shown  that  the  effects  of  high 
bum-up  on  thermal  conductivity  in  both  UOg  and  UC  irradiated  under  conditions  of 
high  restraint  between  500  and  700  C  are  small  {<iOfo),    Low  temperature  daunage 
phenomena  and  factors  contributing  to  the  possible  modification  to  the  thermal 
conductivity  under  irradiation  to  high  fission  depletions  are  discussed. 


Key  Words:    Annealing  behaviour,  arc-cast,  conductivity,  damage^  dose,  high 
bum-up  irradiation,  restraint,  sintered,  thermal  conductivity,  uranium 
oxide,  uranium  carbide. 
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Phase  Studies  on  Fueled  Zirconium  Hydride' 


M.  M.  Makata,  C.  A.  Smith,  and  C.  C.  Weeks 

Atomics  International 
A  Division  of  North  American  Rockwell  Corporation 
P.  0.  Box  309 
Canoga  Park,  California  91304 


The  phase  boundaries  of  the  zirconium-uraniuir.-hydrogen  system  for 
atomic  ratios  from  H/Zr  -  1.60  to  1.81  were  determined  by  electrical  resis- 
tivity and  thermal  expansion  measurements.     The  standard  potential  drop 
technique  was  employed  for  electrical  resistivity  measurements  and  a  quartz 
dilatometer  was  used  for  the  expansion  measurements.    Because  the  hydride 
dissociates  at  elevated  temperatures,  each  apparatus  v/as  designed  to  oper- 
ate with  hydrogen  gas  in  the  system  to  maintain  the  composition  of  the 
material.    Resistivity  measurements  were  made  in  the  range  of  20  to  900**C 
and  with  1.33  x  10"^  to  9.33  x  10^  N/m^  (10"°  to  7  x  10^  torr)  of  hydrogen 
gas  in  the  system.    Expansion  measurements  were  made  between.room  temper- 
ature and  700»C  and  with  1.33  x  10"^  to  1.8?  x  10^  N/m^  (10"^  to  10^  torr) 
of  hydrogen.    In  addition  to  phase  boundary  determinations,  the  thermal 
expansion  coefficients  were  determined  for  the  various  H/Zt  ratios.  The 
results  of  the  electrical  resistivity  and  thermal  expansion  measurements 
were  found  to  correlate  well  with  data  of  Moore  &  Young  obtained  by  x-ray 
diffraction  and  hot-stage  metallographic  techniques. 

Key  Words:    Electrical  resistivity,  expansion,  hydride,  phase 
studies,  resistivity,  thermal  expansion,  zirconium  hydride, 
zirconium-uranium-hydrogen  system. 


(Publication  of  the  complete  phase  studies  work,  including  the  x-ray  diffraction  and  hot-stage 
metallographic  work,  in  a  scientific  journal  is  contemplated;  the  journal  is  not  identified  at  this 
time. ) 


Work  done  under  AEG  Contract  AT(04-3)-701 
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On  the  Development  of  Methods  for  Measuring 
Heat  Leakage  of  insulated  Walls 
with  Internal  Convection 


G.  Lorentzen,   E.  Brendeng  and  P,  Frivik 

Norges  Tekniske  Hgigskole 
Trondheira 
Norway 


The  combined  effect  of  conduction  and  convection  has 
great  practical  importance  in  the  design  of  insulated 
structures.     Much  more  data  is  needed  to  permit  an  exact 
precalculation  of  the  heat  leakage.     The  ordinary  types 
of  apparatus  for  conductance  measurements  are  inadequate 
when  convection  occurs  as  a  result  of  its  influence  on 
the  edge  compensation  and  the  scale  effect. 

The  performance  of  insulation  with  internal  natural 
convection  has  been  studied  on  full  size  structures  for 
many  years  at  the  refrigeration  laboratory  of  the 
Norwegian  Institute  of  Technology.     An  account  is  given 
of  the  methods  used  and  their  limitations.  Heat 
flowmeters  can  give  quite  accurate  data  for  walls  with 
fibrous  or  granular  insulation  with  uniform  flow 
resistance,  while  the  convection  effect  in  slab  type 
insulations  with  slits  is  much  more  difficult  to  measure. 
A  special  large  "hot  box  apparatus"  has  been  designed  for 
the  testing  of  such  structures.     Computer  programmes  offer 
the  possibility  of  calculating  the  convection  influence 
for  any  wall  design  with  known  characteristics  and 
operating  conditions.     Good  agreement  of  calculated  and 
measured  results  has  been  achieved. 

Key  Words:     Computer  calculation  of  internal 
convection,   convection  effect,  heat  flowmeters,  hot 
box  apparatus,  natural  convection,  thermal 
insulation,  wall  insulation  testing. 


1.  Introduction 


It  has  been  found  that  natural  and  forced  convection  can  add  significantly  to  the 
heat  leakage  of  insulated  structures   (3)1.     Convection  may  occur  in  fibrous  or  granular 
materials,  which  are  not  completely  air  tight,   as  well  as  in  the  channel  system  formed 
by  slits  and  cracks  between  insulation  slabs,   created  during  erection  or  as  a  result  of 
subsequent  shrinkage.     Data  on  the  effect  of  convection  under  actual  operating 
conditions  are  needed  for  accurate  calculation  of  heating  or  cooling  loads  and  for 
setting  up  standards  of  suitable  insulation  design.     This  report  is  concerned  with 
natural  convection  only. 

In  a  horizontal  plate  apparatus  with  the  heat  flow  going  downwards  no  convection 
can  occur,   and  even  with  upwards  flow  the  effect  will  ordinarily  be  negligible  because 
the  level  differences  are  so  small.     Published  conductivity  data  for  insulation 
materials  can  therefore  usually  be  taken  as  valid  for  convection  free  conditions.  For 
real  structures  the  convection  will  depend  on  their  physical  dimensions,   extension  in 
the  vertical  direction  and  the  temperature  differences,   and  its  effect  can  only  be 
determined  by  measurement  on  life-size  samples.     A  fair  number  of  such  investigations 
have  been  carried  out  in  our  laboratory  since  1956  and  the  programme  is  still  in 
progress.     A  record  of  the  methods  used  will  be  given  in  the  following, 

1  Figures  in  parentheses  indicate  the  literature  references  at  the  end  of  this 
paper. 
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During  the  first  years  the  work  was  mainly  concentrated  on  mineral  fibre 
insulations,   using  a  heat  flowmeter  technique   (1).     This  method  yields  accurate 
results  only  when  the  air  flow  resistance  is  evenly  distributed  throughout  the 
insulation  material.     For  cases  of  non-uniform  flow  resistance,   and  particularly  for 
slab  type  insulations  with  slits,   a  special     guarded  hot  box    method  was  developed  (2), 


2.     Heat  Flowmeter  Method 

Extreme  care  is  necessary  in  using  heat  flowmeters  if  reliable  results  shall  be 
hoped  for.     Some  commonly  made  errors  are  illustrated  in  figure  1  A.     The  flowmeter 
adds  to  the  heat  resistance  of  the  wall  in  the  area  where  it  is  applied, and  the  heat  flow 
measured  is  too  low.     This   is  particularly  so  where  the  meter  is  placed  against  a 
surface  with  relatively  high  conductivity,   changing  the  heat  flow  pattern  as 
schematically  indicated  by  arrows.     Another  common  fault  is  that  the  instrument  is  not 
sealed  completely  air  tight  to  the  wall.     Even  very  small  air  currents  are  sufficient 
to  change  the  reading  drastically.     In  order  to  avoid  these  difficulties  the  heat 
flowmeters  can  be  fitted  as  schematically  shown  in  figure  1  B,   giving  essentially  the 
same  additional  insulation  over  the  entire  wall  surface,   unchanged  surface  film 
coefficient  and  complete  air  seal.     A  sufficient  number  of  meters  must  be  installed  on 
both  sides  of  the  wall  to  accurately  measure  the  variation  of  the  unit  heat  flow  and 
check  the  heat  balance  (1).     If  the  difference  between  the  measurements  of  total  heat 
flowing  into  and  out  of  the  wall  is  too  large,   this  is  a  clear  indication  that  the 
method   is  inadequate. 

It  is  obvious  that  the  heat  flowmeter  method  can  only  be  used  when  the  heat  flow 
varies  continuously  and  fairly  evenly  over  the  wall  area.     This  is  the  case  with  a 
homogeneous  and  uniformly  packed  mineral  fibre  insulation,   figure  2  A.     Even  for  this 
case  it  is  necessary  to  use  a  fair  number  of  meters  to  get  a  sufficiently  accurate 
indication  of  the  heat  flow  distribution. 

When  the  convection  flow  is  less  regular,  it  is  impossible  to  get  a  sufficiently 
accurate  record  of  the  flow  distribution  on  the  basis  of  a  reasonable  number  of  meter 
readings.     Figure  2  B  shows  conditions  for  a  wall  with  slab  insulation  and  1.7  mm 
wide  slits.     The  heat  flow  distribution  in  a  vertical  cross  section  is  charted 
approximately  by  estimation  on  the  basis  of  surface  temperature  measurements  and  should 
be  taken  only  as  an  indication  of  principle.     It  is  very  uneven  due  to  the  local  flow 
of  air  when  the  slit  system  emanates  to  the  surface.     Heat  flowmeters  placed  for 
instance  as   indicated  in  figure  2  C  would  give  a  completely  distorted  indication  and 
an  unreliable  average.     Measurements  on  fibre  insulations  with  uneven  packing  or 
structural  subdivisions  can  give  similar  results.     In  all  these  cases  conditions  are 
complicated  by  the  fact  that  the  air  flow  follows  a  three-dimensional  pattern 
extending  over  the  width  of  the  wall,   and  the  areas  of  the  heat  flow  diagrams  in  any 
given  section  are  not  necessarily  equal. 

For  this  reason  the  heat  flowmeter  method  has  been  used  mainly  for  measurements  of 
uniform  mineral  fibre  insulations,   and  some  results  will  be  presented  in  section  6, 
The  test  arrangement  is  shown  schematically  in  figure  3.     The  test  wall  was  2.0  m  high 
and  each  section  1.1  m  wide.     Five  heat  flowmeters,   each  with  3  separate  measuring 
sections,  were  used  on  both  sides,   giving  altogether  30  individual  measurements  for 
each  wall.     The  temperature  field  in  the  wall  and  air  temperatures  at  both  sides  were 
measured  with  a  total  of  70  thermocouples  per  section.     In  order  to  limit  the 
fluctuations  of  the  heat  flow  measurements  the  temperatures  on  either  side  of  the  test 
wall  were  maintained  constant  within  +  1/10°C. 


3.     Guarded  hot  Box  Method 

For  measuring  th^  heat  leakage  of  a  wall  with  irregular  convection  pattern,  such 
as  occurs  in  slab  type  insulations  with  slits  or  various  loose  fill  insulations,  a 
special     guarded  hot  box     apparatus  was  constructed,   figure  4.     The  test  wall  area  is 
1=7  x  2.2  m2  and  the  standard  insulation  thickness  200  mm.     The  required  temperature 
on  the  cold  side  is  produced  by  a  refrigeration  system  which  is  running  continuously 
with  constant  capacity,   and  an  electric  heater  with  low  thermal  inertia  is  used  for 
accurate  temperature  adjustment.     An  electronic  thermostat  with  a  thermistor  bead 
sensor  controls  the  heater  and  maintains  the  temperature  with  a  fluctuation  less  than 
+  0.15OC. 

The  electric  heat  supply  to  the  hot  box  is  taken  from  a  stabilized  voltage  source 
and  is  set  constant  for  each  test.  It  is  measured  by  a  precision  type  wattmeter.  The 
guard  box  temperature  is  maintained  equal  to  that  of  the  hot  box  by  a  low  inertia 
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electric  heater  and  alcohol  cooler,   governed  by  a  230  point  thermopile  in  the 
separating  wall  through  an  electronic  null  amplifier.     This  again  alternately  actuates 
relays  for  heating  and  cooling,   and  the  necessary  temperature  difference  to  switch  from 
one  to  the  other  is  in  the  order  of  0.003OC.     The  electric  circuit  diagram  is 
reproduced  in  figure  5. 

The  insulation  to  be  tested  is  fitted  between  10  mm  panels  of  chipboard,  stiffened 
on  the  external  side  by  a  framework  made  from  20  mm  thin-wall  steel  tubing.     The  guard 
box  is  faced  on  the  inside  with  aluminium  sheet  in  order  to  limit  the  radiation  heat 
exchange  with  the  hot  box.     The  entire  apparatus  is  pivoted  in  a  way  to  permit  testing 
in  a  horizontal,   convection  free  position  or  with  the  wall  vertical,   or  at  any 
intermediate  angle. 

Temperature  differences  up  to  about  70OC  can  be  attained  at  a  mean  temperature  in 
the  wall  of  Ooc,   depending  on  the  efficiency  of  the  insulation  tested.     The  minimum 
temperature  difference  is  decided  by  the  fan  power  dissipation  in  the  hot  box  and  is 
in  the  order  of  IQOC. 


3,1.     Design  of  the  Edge  Area 

The  most  critical  design  problem  of  a  guarded  hot  box  is  the  control  of  heat 
leakage  in  the  edge  area.     The  best  solution  necessarily  depends  on  the  nature  and 
purpose  of  the  test,   and  a  number  of  different  geometries  have  been  used  (2).     One  of 
the  earlier  solutions  is  schematically  shown  in  figure  6  A,  where  the  test  wall  extends 
to  the  inside  perimeter  of  the  hot  box  and  has  an  area  of  2  x  2.5  m2.     A  total  of  66 
small  electric  heaters  along  the  rim  supplied  the  necessary  heat  to  the  part  of  the 
wall  which  was  covered  by  the  gasket.     The  heaters  were  fed  from  a  constant  voltage 
source  and  could  be  regulated  by  individual  rheostats  to  give  isothermal  conditions  at 
the  wall  surface.     This  could  be  controlled  by  means  of  a  number  of  fine  thermocouples 
in  the  gasket  area.     A  thin  strip  of  insulation  between  compensation  heaters  and  wall 
surface  was  used  to  compensate  for  the  film  coefficient  of  the  free  surface,   in  order 
to  avoid  any  temperature  difference  between  air  and  hot  box.     In  this  way  all  heat 
leakage  through  the  hot  box  could  be  eliminated,   and  this  could  also  be  verified  by 
means  of  a  number  of  small  heat  flowmeters  installed  around  the  perifery. 

This  method  gave  excellent  results  with  regard  to  accuracy  for  reasonably 
convection  fxee  materials,  but  the  extensive  adjustments  were  rather  time-consuming. 
When  convection  occurs  right  up  to  the  edge  region,   the  situation  is  different.  In 
this  case  the  adjustment  of  the  compensation  heaters  to  give  isothermal  surface 
constitutes  a  deviation  from  normal  conditions  and  means  that  the  convection  air  flow 
picks  up  extra  heat  from  this  source  in  the  lower  part  of  the  test  wall.  Particularly 
in  testing  slab  insulations  with  slits,  where  the  convection  current  is  concentrated 
right  up  to  the  edge,   this  could  induce  a  sizable  error.     For  such  conditions  another 
design  was  chosen,   incorporating  a  convection  free  belt,   figure  6  B.     The  complete 
hot  box  and  rim  section  of  the  wall  were  made  in  one  piece  as  a  monolithic  structure 
of  polyurethane  foam  with  glassf ibre-polyester  covering.     The  slits  in  the  test  wall 
are  displaced  from  the  critical  zone,   and  the  width  of  the  belt  is  chosen  sufficiently 
large  to  minimize  the  effect  on  the  temperature  field  in  the  actual  edge  area.  The 
measurements  are  simplified  by  the  elimination  of  the  compensation  heaters,  but  in  all 
other  respects  the  principle  of  the  heating,   cooling  and  control  systems  is  unchanged. 
The  actual  test  wall  area  was  reduced  to  1.7  x  2.2  m2  by  the  new  design. 

Completely  air  tight  enclosure  of  the  test  wall  is  essential  in  order  to  avoid 
extra  heat  leakage  by  air  exchange.     The  hot  side  is  effectively  sealed  by  the  plastic 
foam  cast  directly  against  the  chipboard  panel.     The  cold  side  seal  is  produced  by  an 
inflatable  tube  gasket  as  shown  on  the  figure.     The  tightness  was  checked  by  pressure 
test. 

It  is  evident  that  the  effect  of  convection  in  slits  along  the  edge  of  the  test 
section  will  influence  the  temperature  field  in  the  belt  area  to  some  extent, 
increasing  the  heat  leakage  in  the  lower  part  and  causing  a  similar  decrease  in  the 
upper  part.     The  overall  influence  will  be  small  and  can  be  considered  a  natural  part 
of  the  effect  to  be  studied. 

The  old  design  had  the  advantage  that  all  heat  produced  in  the  hot  box  actually 

passed  through  the  test  section.     With  the  new  arrangement  some  of  it  is  lost  through 
the  convection  free  belt  and  must  be  deducted  from  the  reading.     It  was  therefore 

necessary  to  calibrate  the  apparatus  and  find  this  heat  flow  as  a  function  of  the 
temperature  difference. 
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3.2,     Calibration  of  Belt  Leakage 


The  calibration  was  done  with  the  test  section  carefully  insulated  with  a  mineral 
wool  material  for  which  the  conductivity  was  known  with  great  precision  from  a  number 
of'  previous  measurements.     The  measured  belt  heat  flow  for  some  values  of  the 
temperature  difference  is  indicated  by  the  observation  points  in  figure  7  B. 

It  is  also  possible  to  calculate  the  temperature  field  and  belt  heat  flow 
theoretically  by  means  of  an  electronic  computer.     For  this  purpose  a  10  mm  square  mesh 
was  used,   figure  7  A,   and  the  isotherms  and  heat  flow  were  calculated  by  iteration  on 
Univac  1107.     The  necessary  heat  conductivity  data  for  the  polyurethane  foam  were 
measured  in  a  normal  plate  apparatus  while  the  surface  temperatures  were  taken  from 
actual  observations  on  the  structure  itself.     The  calibration  curve  thus  calculated  is 
drawn  in  figure  7  B.     It  is  seen  that  the  deviation  of  the  experimental  points  is  quite 
small. 

The  temperature  field  and  heat  leakage  of  the  belt  is  influenced  to  some  extent  by 
the  conductivity  of  the  tested  material.     This  effect  was  calculated  on  the  computer 
for  a  wide  variation  of  conductivities,   and  the  result  is  given  by  the  curve  figure  7  C. 
Within  the  actual  range,   covering  all  common  insulation  materials,   the  influence  is 
negligibly  small,   figure  7  D. 

The  necessity  to  correct  the  measured  heat  leakage  for  the  belt  heat  flow  obviously 
means  a  somewhat  reduced  accuracy  of  the  absolute  value  of  the  apparent  conductivity 
found.     However,    it  does  not  affect  the  accuracy  of  the  convection  heat  flow,  which  is 
found  as  the  difference  of  the  figures  measured  in  the  vertical  and  the  horizontal 
position.     Any  error  in  the  belt  heat  flow  calibration  is  thus  automatically  cancelled 
out. 


3.3.     Temperature  Measurements 

The  surface  temperatures  of  the  test  insulation  are  measured  by  20  thermocouples 
on  each  side  on  the  inside  of  the  chipboard  panels.     Each  thermocouple  is  attached  to 
a  20  X  20  mm  thin  copper  plate  which  is  imbedded  in  the  board,   flush  with  the  surface. 
The  temperature  pattern  in  the  test  insulation  is  measured  similarly  by  means  of  80 
thermocouples.     Another  144  are  used  to  ascertain  the  temperature  distribution  in  the 
edge  area.     All  the  readings  are  recorded  to  an  accuracy  of  3-4  [IV  or  about  0.1°C  by 
an  automatic  datalogger  system.     The  output  is  in  the  form  of  punched  tape,  which  can 
be  directly  fed  into  the  electronic  computer  for  processing. 


4.     Computer  Calculation  of  the  natural  Convection  Effect  "■, 

The  measurement  of  the  convection  effect  on  full  size  samples  is  very  time- 
consuming  and  expensive,   and  it  is  hardly  possible  to  really  test  all  possible 
combinations  of  wall  dimensions,   insulation  materials,   slit  geometries  and  temperature 
differences.     It  was  therefore  decided  to  extend  the  experimental  results  by  computer 
calculation . 

As  a  first  step  a  programme  was  designed  for  calculating  the  convection  effect  in 
rigid  board  type  insulations  with  slits   (4) .     It  is  then  necessary  to  find  the  air  flow 
pattern  and  its  influence  on  the  temperature  distribution  in  the  wall.     The  heat 
leakage  can  subsequently  be  found  from  the  temperature  field.     As  the  mass  and  heat 
flow  processes  are  closely  interconnected  they  cannot  be  calculated  separately,   and  a 
systematic  approach  to  the  correct  solution  by  numerical  iteration  becomes  necessary. 

The  air  flow  in  the  slits  is  found  from  pressure  and  mass  balance,   figure  8.  The 
coefficient  of  pressure  drop  in  laminar  flow  depends  on  temperature  and  slit  opening. 
Similarly  the  temperature  distribution  is  determined  by  calculation  of  the  heat  balance 
for  a  large  number  of  points,   figure  9,   and  the  accuracy  depends  on  how  fine  a  mesh  is 
used.     In  this  way  we  get  two  sets  of  numerous  simultaneous  equations,  which  can  be 
solved  on  the  computer. 

The  programme  thus  developed  can  be  used  to  find  the  convection  effect  for  any 
insulation  constructed  from  rigid  board  material,  which  is  in  itself  air  tight,  with 
a  given  slit  geometry.     A  similar  method  for  calculation  of  fibrous  or  granular 
insulations  with  known  resistance  parameters  is  being  designed,   and  offers  no 
particular  difficulties. 
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Measurements  of  Air  Flow  Resistance 


The  computer  calculations  outlined  require  knowledge  of  resistance  data,  which  can 
be  measured  in  special  tests.     As  the  flow  is  always  laminar,   the  pressure  drop 
gradient  is  directly  proportional  to  the  velocity  or  mass  flow.     For  a  slit  between 
parallel  walls  the  pressure  drop  will  be 


AP  =  12  T)  V   •  5^  =  A  • 


where       tj  =  dynamic  viscosity,  Ns/m^ 
V  =  mean  velocity,  m/s 
L  =  length  of  the  slit,  m 
a  =  width  of  the  slit,  m 
A  =  pressure  drop  constant,  Ns/m^kg 
G  =  mass  flow,  kg/s 


The  results  of  the  measurements  can  be  given  directly  as  pressure  drop  constants  A  or 
in  terms  of  equivalent  slit  opening  a.     It  was  found  that  the  pressure  drop  in  plane- 
parallel  slits  between  polystyrene  foam  or  "onazote"   slabs  was  about  4%  higher  than 
corresponding  to  the  opening  measured  by  mechanical  gauging.     This  is  presumably  due  to 
the  different  influence  of  surface  roughness. 

For  fibrous  or  granular  materials  the  flow  resistance  can  be  characterized  by  a 
"hydraulic  diameter"  Dj^.     The  laminar  flow  pressure  drop  is  given  by  the  equation 

dP/dL  -         \-  ^ 
Dh^ 


As  an  example  figure  10  A  gives  the  measured  effective  hydraulic  diameter  as  function 
of  packing  density  for  two  typical  mineral  wool  materials  with  fibre  spectra  as  shown 
in  figure  10  B. 


6.     Some  Results 


Altogether  21  different  walls  have  been  measured  with  the  heat  flowmeter  method, 
most  of  them  with  mineral  wool  insulation  of  different  density  as  follows: 


A.  Loose  fill  fibreglass 

B.  Fibreglass  bats 

C.  Rockwool  bats 


17.1  -  33.4  -  47.9  -  60.6  -  77.7  -  103.7  kg/m^ 
47.0  -  63.7  -  80,0  kg/m3 

22.6  -  27.3  -  36.0  -  41.3  -  52.0  -  66,1  -  84.4  kg/m3 


The  fibre  characteristics  of  these  materials  were  given  in  figure  10  B.     The  insulation 
thickness  was  200  mm  and  mean  temperature  about  O^C.     Some  results  in  the  form  of 
apparent  heat  conductivities  are  recorded  in  figure  11. 


So  far  8  different  walls  have  been  tested  in  the  guarded  hot  box  apparatus,   one  of 
them  with  fibreglass  bat  insulation  of  20.2  kg/m3  density  for  calibration  purposes,  the 
other  with  rigid  polystyrene  or  ebonite  foam  board  and  different  slit  openings. 
Measurements  have  been  made  in  the  horizontal,   convection  free  position  and  with  the 
wall  vertical  at  temperature  differences  ranging  from  8  to  76°C.     A  schematic  of  the 
typical  slit  geometry  is  shown  in  figure  12,  while  figure  13  records  some  of  the 
results.     It  is  obvious  that  important  improvements  can  be  achieved  by  the  simple 
measure  of  sealing  the  surface  seams.     The  actual  effect  of  this  operation  for  two 
different  sealing  methods  is  shown  in  figure  13  B.     Figure  13  D  illustrates  the  very 
rapid  increase  of  convection  for  slits  larger  than  2-3  mm,   particularly  with  high 
temperature  difference.     These  curves  were  derived  by  computation. 


7.  Conclusion 

It  is  possible  by  a  suitable  computer  technique  to  extend  the  results  of 
laboratory  measurements  of  convection  influence  to  cover  all  actual  wall  designs  with 
accurately  known  characteristics.     Work  is  in  progress  to  provide  data  in  a  practical 
form  for  a  number  of  commonly  used  types  of  construction.     Such  information  will  be 
useful  in  calculating  cooling  or  heating  loads  and  in  setting  up  quality  requirements 
for  insulation  materials  and  workmanship. 
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Figure  1. 

A:     Faulty  installation  of  heat  flowmeter  may  lead  to  large  errors  due  to 
conduction  in  wall  surface  layer  and  air  leaks,   as  indicated  by  arrows. 


B:     Principle  of  installation  used  in  the  tests, 

a:  Fibreboard  cover  plate,  b:  Soft  "porolon"  gasket, 
d:     Plate  with  equal  heat  resistance. 


Heat  flowmeter. 
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Figure  2, 
A: 

B: 

C: 


B 


Air  flow  pattern  and  heat  flow  distribution  on  the  warm  and  cold  side  of  a 
wall  with  homogeneous  fibre  insulation. 

Similar  indication  for  a  wall  with  rigid  board  insulation  and  irregular  slits- 
Typical  location  of  heat  flowmeters. 


Figure  3. 
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Arrangement  of  test  wall. 

c:     Heat  flowmeters.     f:     Wall  thermocouples.     g:     Air  thermocouples, 
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Figure  4. 


Design  of  the  "guarded  hot  box"  apparatus  in  its  present  form. 

a:     Guard  box.     b:     Hot  box,     c:     Cold  box.     d:     Alcohol  cooling  unit 

e:     Refrigeration  unit.     f:     Surface  thermocouples. 


C>E  (M 


X 


_J 


Guard  -  box 


Hot  -  box 


Cold  -box 


Figure  5. 

Electric  circuit  diagram  for  the  "guarded  hot  box"  apparatus. 

a:     Voltage  regulator,     b:     Null  amplifier/thermostat.     c:  Voltage 

stabilizer.     d:     Precision  wattmeter.     e:     Heater.     H:     Fan  motor. 
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Figure  7. 

A:     Geometry  of  edge  area 

with  calculated  isotherms 
and  heat  flow  lines. 

B:    Calculated  edge  heat 
leakage  as  function  of 
temperature  difference 
(curve) ,  Points  from 
calibration  tests  are 
indicated. 

C:     Heat  transfer  from  edge 
to  test  area  in  percent 
as  a  function  of  ratio 
of  heat  conductivity. 

D:  Same  correction  for  the 
actual  range  of  conduc- 
tivities. 


Figure  6. 

A:     Previous  design  of  edge  area  and  compensation 
system,    a:     compensation  heaters,    b:  Thermo- 
couples for  control  of  isothermal  conditions, 
c:     Heat  flowmeters  for  leakage  control, 
d:     Insulation  strip  with  thickness  S  =  X/a. 

B:     New  design  with  "convection  free  belt." 
e:     Inflatable  gasket  seal  on  cold  side. 


■O.J  .Mil — LLiJ — \  \\\,  1 1 11-  1 1 II  i  I  il  .0.04I  ^  '  ^  

10  I         10        10        K3         10    .     10       QS  1  15  2  2.5  3 
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Figure  8.     Pressure  and  mass  balance  for  the 
convection  air  flow,    a:     Insulation  slab, 
b:     Panelinii.    c:     Slits  between  individual 
slabs  of  insulation. 


1'  ^2> 


'2' 


.   :    Air  pressure  in  the  slit 
junctions . 

.  :     Mass  flow  in  slits. 
.  :     Coefficient  of  pressure 

drop  in  laminar  flow. 
.  :     Level  difference  between 
slit  junctions. 
Density  of  the  air. 


Pressure  balance:  ^i-^2~^ 
P2=P3+B 


Mass  balance 


P  •  Hi-A  Gi 
G2  etc,  etc. 
etc,  etc. 


Similar  equations  can  be  written  for  the 
whole  system  and  solved  on  the  computer. 


Figure  9,    Heat  balance  for  a  point  in  the 
wall. 

Tq,  T]^,  T2  ....   :     Temperature  in  equi- 
distant points, 
G      :    Air  mass  flow. 

X      :     Heat  conductivity  of  insulation 
material. 
Ax    :     Network  modulus. 
B      :    Width  of  the  constant  geometry 

section. 
Cp     :     Spec,  heat  of  air. 
Heat  balance:     X  •  B  (T1+T2+T3+T4  -4To)= 

^  •  Cp  (T2-T4). 
For  no  air  flow:   (T^+T^+T^^I^-itTQ)  -  0. 
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Figure  10. 

Effective  hydraulic  diameter  for  two 
mineral  fibre  materials  at  different 
density. 

Fibre  diameter  distribution  for  the 
materials  Investigated. 


Figure  11,    Apparent  mean  conductivity  for 
walls  insulated  with  different  mineral 
fibre  materials  with  different  density. 
Curve  A:    Loose  fill  insulation, 

material  A. 
Curve  B:    Mat  insulation,  material  A, 
Curve  C:     Bat  insulation,  material  C, 
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Figure  12,    Schematic  slab  arrangement  and 
slit  geometry  for  test  walls  with  rigid 
board  insulation. 


C: 


Figure  13, 

Apparent  mean  heat  conduc- 
tivity for  a  polystyrene 
foam  wall  insulation  with 
two  values  of  the  average 
slit  opening.    Results  for 
the  same  walls  in  a  convec- 
tion free  horizontal  posi- 
tion are  also  shown.  The 
increase  due  to  convection 
is  about  17  percent  at 
AT  =  70  °C  for  2,5  mm  slits. 
Apparent  mean  heat  conduc- 
tivity for  a  polystyrene 
foam  wall  insulation  with 
2.5  mm  average  slits.  The 
improvement  by  sealing  the 
surface  seams  on  one  side 
is  shown. 

Results  for  an  "onazote" 
wall  Insulation. 
Computer  calculated  appar- 
ent heat  conductivity  as  a 
function  of  slit  opening  for 
different  values  of  AT.  The 
influence  of  radiation  is 
excluded. 
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Thermal  Diffusivity  Measurements 
from  a  Step  Function  Change  in  Flux 
Into  a  Double  Layer  Infinite  Slab 


E.  K.  Halteman  and  R.  W.  Gerrish,  Jr. 
Pittsburgh  Corning  Corporation 
Pittsburgh,  Pa.  15239 


A  step  function  change  of  flux  into  an  infinite  slab  with  the  output  face  held  at 
constant  tempe--ature  was  used  to  determine  thermal  diffusivity  by  using  a  graphical 
and  a  time  integral  method.     Samples  of  gum  rubber  and  foamed  polyurethane  were  used 
to  show  deviations  from  the  expected  result  of  the  single  layer  infinite  slab  theory. 
Use  of  a  low  mass,  low  heat  capacity  heater  reduced  the  deviations.     A  double  layer 
infinite  slab  analysis  was  used  so  as  to  include  the  heat  capacity  of  the  heater. 
The  error  in  the  diffusivity  using  the  single  layer  model  was  determined  as  a  function 
of  the  ratio  of  the  heat  capacity  per  unit  area  of  the  sample  and  heater. 

Key  Words:     Double  layer  infinite  slab,  heater  correction,  thermal  diffusivity. 


1.  Introduction 

The  thermal  diffusivity  of  ceramic  and  organic  insulating  materials  is  most  readily  obtained  from 
transient  linear  heat  flow  through  an  infinite  slab.     The  relative  ease  of  fabricating  the  sample  in 
the  form  of  a  slab  makes  this  geometry  attractive.     Plummer ,  Campbell  and  Comstock  [1]     developed  a 
method  based  on  a  constant  flux  into  a  thick  slab  of  material  which  was  treated  as  a  semi-infinite  solid. 
This  method  was  further  refined  by  Harmathy  [2]  who  also  developed  a  pulse  heating  scheme.     Steere  [3] 
used  the  constant  flux  method  with  samples  of  plastic  assembled  from  multilayers  of  thin  films.     In  all 
cases  the  finite  samples  were  considered  to  be  infinitely  thick  during  the  time  when  measurements  were 
taken.    Also,  in  each  case  the  heat  capacity  of  the  heater  was  shown  to  be  a  small  fraction  of  the  heat 
capacity  of  the  sample  and  was  therefore  not  included  in  the  analysis. 

When  the  constant  flux  input  method  is  used  with  a  low  density,  low  specific  heat  capacity,  and 
low  conductivity  insulator  such  as  foamed  polyurethane,  difficulties  arise.     The  conductivities  of  many 
solid  and  foamed  insulators  are  approximately  proportional  to  their  densities;  hence,  their  dif fusivities 
are  similar.     But  the  heat  capacity  per  unit  volume  of  the  sample  can  vary  widely  since  it  depends  upon 
density  and  specific  heat  capacity.     Thus,  for  low  density  organic  insulators  the  heat  capacity  of  the 
heater  may  represent  an  appreciable  fraction  of  the  heat  capacity  of  the  sample.     In  such  cases  it  is 
necessary  to  treat  the  heater  as  a  separate  layer  with  its  own  thermal  properties  and  to  determine  the 
diffusivity  of  the  sample  from  an  analysis  of  a  double  layer  infinite  slab  model. 

2.  Theory 

The  temperature  distribution,  e(x,t),  within  an  infinite  slab  of  thickness,  L,  is  given  by  the 
solution  of  the  one  dimensional  equation  of  linear  heat  flow  with  specified  boundary  conditions. 

a  e^^(x,t)  =  e^(x,t)  for  0  <  X  <  L      •  (1) 

The  distance  x  is  measured  from  the  input  face  and  the  thermal  diffusivity,  a,  is  assumed  to  be 
independent  of  position,  time,  and  temperature.     The  subscripts  denote  differentiation  with  respect  to 
a  particular  variable. 

The  boundary  condition  at  the  input  face,  x  =  0,  will  be  an  input  flux,  $  =  -A9  ,  which  experiences 
a  step  function  change  at  time  zero.     The  temperature  of  the  output  face  will  be  helS  constant.  The 


Physicists 

■Figures  in  brackets  Indicate  the  literature  references  at  the  end  of  this  paper. 
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temperature  of  the  output  face  will  be  held  constant.  The  temperature  of  the  slab  will  be  uniform 
equal  to  the  output  face  temperature  at  time  zero.     These  boundary  conditions  can  be  written  as 


and 


$(0,t)  =  -\Q  (0,t)  =  0,  t  <  0 


>(0,t)  =  -X9  (0,t)  =  O      t  >  0 
X  o ' 


(2) 


i(L,t)  =  0,  t  5.  0  (3) 
'(x,t)  =  0,  t  <  0  .  (4) 


The  solution  for  the  homogeneous  single  layer  has  been  given  by  Carslaw  and  Jaeger  [4]  as 
.(^        -  Mh-JL^  ?  exp(-(2n  +  1) ^ir^at/AL^)  cos(2n  +  1)ttx/2L 


At  the  input  face,  x  =  0,  and  for  large  values  of  time  the  series  can  be  truncated  at  one  term  to  give 

6(0, t)  =  e^{l-8TT"^exp(-Tr2at/4L^)}  , 

(6) 

x^here  9    =  $  L/A  . 

oo  o 

The  value  of  a  can  be  determined  from  eq  (6)  or  by  the  use  of  the  time  integral  which  is  defined  as 

TI(x)  =  7{l-9(x,t)/6(x,<»)}dt  . 

0  .  ■ 

For  the  input  face,  (7) 

TI(0)  =  L2/3a  -  ■ 

at  the  center  of  the  slab,  TI(L/2)  =  1.375(L2/3a)  and  at  the  output  face  TI(L)  =  1.5(L2/3a).  - 

When  the  heat  source  for  the  infinite  slab  is  in  physical  contact  with  the  slab  and  has  heat 
capacity  itself,  the  conditions  used  in  deriving  eq  (5)  are  not  exactly  fulfilled  as  it  had  been 
assumed  that  the  heat  flux  came  from  a  source  with  no  heat  capacity.     Whenever  an  electrically  energized 
heat  source  is  used,  the  power  is  dissipated  in  a  conducting  element  which  may  require  a  substratum  for 
support.     Thin  sheets  of  chromel  [1],  constantan  [2,3],  palladium  [2],  graphite  coated  asbestos,  and 
Fe-Ni  evaporated  on  plastic  have  been  used  as  heaters.     If  the  heat  capacity  of  the  heater  is  an  appre- 
ciable fraction  of  the  heat  capacity  of  the  sample,  it  is  necessary  to  use  a  double  layer  infinite  slab 
for  a  model. 

For  an  infinite  slab  composed  of  two  layers,  each  of  uniform  thickness,  an  additional  pair  of 
boundary  conditions  are  required;  namely,  the  flux  and  temperature  must  be  continuous  at  the  interface. 
If  the  numerical  subscripts  refer  to  the  sequence  of  layers  from  the  front  face,  the  boundary  conditions 
may  now  be  expressed  as 

ei(Li,t)  =  92ai,t)  (8) 
Xl9ix(Li ,t)  =  X292x(Li,t)  .  (9) 

92(ai  +L2),t)  =  0,      t  5-  0  .   "  (10) 

9i(x,t)  =0,    t  ^  0,      0  <  X  <  Li 

■  (11) 

92(x,t)  =0,     t  <:  0,     Li   <  X  <   (Li  +  Lg)  • 
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This  boundary  value  problem  can  be  solved  by  the  use  of  the  theory  of  Laplace  transforms  which 
converts  the  partial  differential  equation  in  9(x,t)  to  the  ordinary  differential  equation  in  U(x,p)  by 
the  use  of  the  relation 

U(x,p)  =  /  exp(-pt)9  (x,t)dt  , 

The  transformed  equations  and  boundary  conditions  become 

Uixx(x,p)  -  qi2Ui(x,p)  =0,  0  <  X  <  L  (la) 

U2xx(x,p)   -  q2^U  (x,p)  =0,  <  x  <   (L^  +  L2)  (lb) 

Uix(0,p)  =  -$jj/AiP  (2a) 

Uidi.p)  =  U2(Li,p)  (8a) 

XlUi  (Li,p)  =  X2U2  CLi.p)  _  C9a) 

U2((Li  +  L2),p)  =  0,        .  (10a) 

where  qj^  =  p/aj^  and  q2^  =  p/a2  • 

Applying  the  boundary  conditions  to  the  general  solution  of  the  transformed  equation  gives 

$        0  sinhqi (Lj  -  x)  coshq2L2  +  coshqj (Lj  -  x)  sinhq2L2 

Ui(x,p)  =   7-  [  r — ;  r — ;  7  — — ^  r^r — '  1  0  <  x  <  Li 

pqi^i        coshqiLi  coshq2L2  +  sinhq^L^  sinhq2L2  ' 

$        0  sinhq2((Lx  +  L2)  -  x) 

U2(x,p)  =   —  [  r — ;  r — ;  — — ;  — — 7—]  ,      Li   <  x  <  (Li  +  Ly)  , 

Pll'^l     o  coshq^Li  coshq2L2  +  smhqj^Li  sxnhq2l.2  ' 

1/2 

where  a  =  qa-^z/ll'^l  =  l^i'^Z^z/^l^l^l^       •  0-2) 
The  solution  is  given  by  the  inverse  transform  of  eq  (12)  which  may  be  written  as 

(x,t)  =       (residues  of  exp(pt)  U(x,p))        _         ^  (13) 

^  ^n 

where  the  summation  is  taken  over  all  of  the  singular  points  p    of  U(x,p).    These  will  be  at  p  =  0  and 
the  zeros  of  the  term  in  brackets  of  the  denominator  of  eq  (12^.    This  term  can  be  zero  only  if  the 
arguments  are  imaginary,  therefore 

a  =  tanainLi  tana2nL2  (14) 

when  q  =  la    and  it  is  now  necessary  to  find  the  n  roots  of  this  transcendental  equation.     Since  o  is 
always  positive,  a  root  can  appear  for  only  those  values  of  ctjLi  and  C12L2  for  which  the  product  of  the 
tangents  is  positive.     Rewriting  eq  (14)  as 

0  =  X2l'lA2/^lL2Ai  =  tanAi  tanA2  , 

roots  will  occur  at  the  intersections  of  lines  of  constant  a  and  the  line  with  slope  of  XiL2/^2l'i- 
Using  these  values  of  a     and  evaluating  the  residues  of  the  singularities,  the  temperature  in  layer  one 
is  obtained  as 
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(Li   -  x)  L2 
1   +  I"] 


)l(x,t)  =  $   [   +  — ] 


2$    CO  (a2n^2Si'^°'ln(Li  -  x)cosa2nL2  +  aiXjcosamCLi  -  x)sina2nL2)  expC-ajajftt) 


ai  D 


0  <  X  <  L 


and  in  layer  two  as  (15) 


e2{x,t)  =    °     '         '   -  2  O^J   ,  Li  <  X  <   (Li  +  L2) 

where  D  =  [  (ctijia2n^2Li  +  ain«2n'^lL2)  sinainLi  cosa2nL2  +  ("inAiLi  +  a?n^2L2)  cosoiinLi  slnoi2nL2]  * 

3.  Experimental 

The  experimental  arrangement  as  shown  in  Figure  1  consisted  of  a  central  heater,  a  pair  of  identical 
samples  and  a  pair  of  constant  temperature  heat  sinks.     A  high  heat  capacity  heater  was  fabricated  from 
an  asbestos  heating  paper^  consisting  of  a  graphite  conducting  layer  between  two  identical  covering 
sheets  of  asbestos.     The  uniformity  of  the  power  generation  per  unit  area  was  sufficient  to  produce 
temperature  differences  of  less  than  3%  under  steady  state  conditions  when  measured  at  a  dozen  points 
on  a  square  foot  sample.     Power  was  supplied  to  the  heater  from  a  regulated  AC  supply. 

A  low  heat  capacity  heater  was  fabricated  from  a  sheet  of  0.025  mm  polyimide  plastic    upon  which  a 
coating  of  0.008  mm  iron  nickel  alloy  had  been  vacuum  deposited**.     A  grid  of  3.2  mm  strips  was  formed 
by  preferential  etching  of  the  Fe-Ni  coating. 

The  high  heat  capacity  samples  consisting  of  0.305  meter  squares  with  a  thickness  of  0.0102  meter 
were  cut  from  a  continuous  strip  of  gum  rubber.     The  low  heat  capacity  samples  consisted  of  0.305  meter 
square  of  .0506  m  thick  foamed  polyurethane.    A  differential  thermopile  of  two  junctions  of  number  30 
copper  constantan    wire  was    used  to  measure  the  temperature.     To  measure  temperatures  at  interior  points 
in  built-up  layer  samples,  the  number  of  couples  was  increased  so  that  the  thermopile  outputs  were  all 
about  equal.     Temperatures  were  recorded  with  a  12  point  recorder  at  6  sec.  intervals. 

The  recorded  temperatures  at  the  front  face  of  the  sample  were  used  to  produce  a  graph  of 
In  (9^  -  9  J.)/ (9^  -  9  )  vs  time  from  which  a  could  be  determined  from  the  slope.    The  time  integrals  were 
also  determined  from  the  recorder  record  by  the  use  of  numerical  integration. 

The  heat  sinks  were  fabricated  from  surface  ground  slabs  of   .0254  meter  aluminum  plate  and  were 
0.61  meters  square.     A  labyrinth  of  0.00954  meter  aluminum  with  0.0318  meter  channels  was  bolted  to  the 
rear  of  the  heat  sink.    Thermostated,  refrigerated  water  was  circulated  through  the  labyrinth  in  each 
sink.     The  sinks  and  samples  were  enclosed  with  0.153  meter  of  foamed  polyurethane  and  placed  within  an 
angle  iron  frame  and  at  a  pressure  of  300  newtons/square  meter  applied  by  means  of  screw  and  torque 
wrench.     To  shield  it  from  air  currents  the  whole  assembly  was  enclosed  within  a  shroud. 

4.  Results 

Graphical  analysis  of  9(0, t)  for  a  sample  of  gum  rubber  heated  by  means  of  a  graphite-asbestos 
heater  confirmed  to  the  expected  exponential  approach  to  equilibrium  predicted  by  eq  (5) .  A  slight 
discrepancy  was  noted  between  the  observed  intercept  of  0.82  and  the  expected  value  of  =  0.8105. 

Changing  to  the  smaller  heat  capacity  heater  of  Fe-Ni  on  plastic  lowered  the  intercept  to  0.815  and 
decreased  the  time  integral  from  0.1320  hrs.  to  0.1237  hrs.    The  diffusivity  derived  from  the  slope 
remained  essentially  the  same  in  the  two  cases.     The  reduction  in  the  time  integral  indicates  that  less 
total  energy  was  needed  to  reach  equilibrium  as  the  heat  capacity  of  the  heater  was  reduced. 

The  graphite-asbestos  heater  was  used  with  a  sample  of  foamed  polyurethane,  a  light  weight 
insulating  material  having  a  thermal  conductivity  of  0.016  to  0.022  watts  meter~ldeg~l [5]  and  a  density 
of  25  to  32  kg/m3[5].     Graphical  analysis  of  this  case  as  shown  in  Figure  2  indicated  an  intercept  of 


[Li  +  L2  -  x]  00    sina2n(Li  +  '^2  ~  exp(-aiaiut) 


^Cellotherm,  Chemelex,  Inc.,  Mineola,  New  York 

^Kapton,  Type  H,  E.  I.  duPont  de  Nemours  and  Company,  Wilmington,  Delaware 
"^Lashclad  X,  Lash  Laboratories,  San  Diego,  California 
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0.88  and  a  diffusivity  of  5.71  x  10"''  m^/sec.     Upon  changing  to  the  Fe-Ni  plastic  heater,  the  intercept 
dropped  to  0.83  and  the  diffusivity  increased  to  6.77  x  10"'^  m^/sec.     The  time  integral  was  reduced  from 
0.482  hr.  to  0.348  hr.  indicating  the  proportionally  higher  ratio  of  the  heat  capacity  of  the  heater  to 
the  sample. 

To  account  for  the  heat  capacity  of  the  heater,  it  is  necessary  to  consider  the  experiment  as  a 
double  layer  infinite  slab.     The  flux  is  assumed  to  be  generated  in  a  plane  at  x  =  0  by  Joule  heating 
of  an  electrical  conducting  coating  having  no  thickness.     The  substratum  supporting  this  coating  was 
therefore  assumed  to  be  the  first  layer  and  to  have  a  thickness  of  1/2  of  the  total  thickness  of  the 
asbestos-graphite-asbestos  heater  element.     The  sample  is  then  assumed  to  be  the  second  layer.  The 
temperature  and,  hence,  the  time  integral  was  measured  at  the  interface  between  the  asbestos  and  the 
sample  at  x  =  Li . 

In  order  to  use  eq  (15)  to  find  the  value  of  it  is  necessary  to  know  the  value  of  a^ ,  the 

diffusivity  of  the  heater  substratum.     This  was  done  by  preparing  a  sample  assembled  from  a  stack  of 
heater  elements,  thereby,  making  the  properties  of  layers  1  and  2  identical.     The  temperatures  and  time 
integrals  were  measured  between  the  first  four  layers.     Eq  (15)  was  simplified  by  setting  ay  =  a2  =  a 
and,  then,  this  was  used  to  obtain  a  with  the  appropriate  lengths  used  for  each  case.     This  was  accom- 
plished by  using  a  computer  program  to  calculate  a  time  integral  for  three  different  values  for  a, 
parabolic  interpolation  to  find  a  new  value  for  a  and  a  new  time  integral,  then  using  the  three  closest 
a's,  interpolated  to  find  another  new  a  and  then  repeating  until  the  fractional  change  in  a  was  less 
than  lO"'*.     This  usually  required  4  or  5  interpolations.     A  value  of  1.28  +  .03  x  10"'^  m^/sec  was  found 
for  the  diffusivity  of  the  graphite-asbestos  heater.     The  thermal  conductivity  of  the  heater  was  deter- 
mined from  a  steady  state  experiment  using  a  heat  flow  meter. 

After  determining  the  necessary  thermal  properties  of  the  heater,  the  foamed  polyurethane  graphite- 
asbestos  heater  case  was  re-examined  as  a  two  layer  case.     By  using  the  experimentally  determined  time^ 
integral  of  0.4823  hours  and  the  computer  program  for  evaluating  eq  (15),  a  diffusivity  of  6.815  x  10 
m^/sec.  was  obtained.     This  result  agrees  with  and  is  slightly  larger  than  the  value  obtained  by  the  use 
of  the  equation  a  =  l2/3(TI).     The  small  difference  indicates  that  some  error  could  still  be  present  when 
using  the  Fe-Ni  plastic  heater.     Through  use  of  this  value  for  the  diffusivity  of  foamed  polyurethane,  a 
value  of  1075  Joule  kg-'''deg~^  is  obtained  for  the  specific  heat;  this  is  in  fair  agreement  with  a  reported 
range  of  840  to  1045  Joule  kg"-^  deg"''  [6]. 


5.     Heater  Error  Analysis 

From  examination  of  the  results  obtained  by  graphical  and  time  integral  analysis  of  the  transient  heat 
flow  in  a  low  heat  capacity  sample,  it  has  been  shown  that  large  errors  are  introduced  when  the  heat 
capacity  of  the  heater  is  ignored.     When  discussing  this  type  of  error,  it  was  found  more  convenient 
to  use  the  extensive  variables  of  conductance,  A/L,  and  heat  capacity  per  unit  area,  dCL,  rather  than 
the  intensive  variables  of  conductivity,  \,  and  diffusivity,  a.     The  conductance  ratio,        will  be 
defined  as  X2Li/A]iL2  and  the  ratio  of  the  heat  capacities  per  unit  area,  p,  as  d2C2L2/diCiLi .  From 
parametric  studies  of  eq  (15),  it  can  be  shown  that  at  constant  conductance  ratios,  g,  the  heat  capacity 
ratio  p,  is  given  by  p  =  m[TIQAl/dJClL;^2]  +  b  where  m  and  b  are  functions  of  5  and  TI     is  the  time 
integral  measured  at  x  =  0.    As  the  conductance  ratio  £,  becomes  smaller,  the  slope  approaches  3C  and  the 
intercept  approaches  -3.     For  C  less  than  0.01  the  heat  capacity  ratio  approaches  35[TI(0)A.^/d-^CjL.^2]  _  3, 
This  can  be  reduced  to  E  =  3/p  where  E  is  the  error  in  the  time  integral  due  to  the  presence  of  the 
heater;  ie.,   [Tl  (Heater  +  Sample)  -  TI  (Sample) ]/TI  (Sample).     TI  (Sample)  is  the  time  integral  of  the 
sample  with  a  massless  heater  measured  at  its  input  ?ace  and  would°be  given  by  TI^ (Sample)  =  L2^/3a2. 

Table  1.     Thermal  dif fusivities  determined 
a  step  function  change  in  flux 
units  of  meters/sec. 


Graphical                        Time                        Double  Layer 
Method                   Integral  Method  Method 
Sample  Heater  Eq   (6)  Eq  (7)  Eq  (15) 


Gum  Rubber 

Graphite,  Asbestos 

7, 

.97 
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10-8 

7.31  x-10-8 

Fe-Ni,  Polyimide 

7. 

,97 

X 

10-8 

7.81  X  10-8 

Foamed  Polyurethane 

Graphite,  Asbestos 

5. 

.71 

X 

10-7 

4.92  X  10-7 

6.815  X  10-7 

Fe-Ni,  Polyimide 

6. 
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10-7 

6.805  X  10-7 
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A  Guarded  Hot  Plate  Apparatus 
for  Measuring  Thermal  Conductivity 
From  -80    +     100  'C 


Jean-Claude  Rousselle''' 


Laboratoire  National  d'Essais  (L.N.E.) 
Paris  ,  France 


The  described  apparatus  is  used  for  measuring  the  thermal  conductivity  of 
insulating  materials  from  -80  to  +  100  °C.     Contrary  to  the  usual  methods  under 
which  two  different  types  of  apparatus  are  dealt  with,  the  one  with  guarded  hot 
plate  for  testings  above  ambient  temperature,  the  other  calorimetric  for  testings 
at  low  temperature,  the  proposed  apparatus  can  be  operated  continuously  at  all 
temperatures  from  -80  to  +100  °C.     It  is  characterised  by  a  conditioning  temper- 
ature maintained  lower  than  the  lowest  temperature  prevailing  within  the  sample. 
This  is  obtained  by  means  of  a  controlled  gas  current  obtained,  according  to  the 
test  conditions,  either  by  spraying  of  liquid  nitrogen  or  hot  air  circulation. 
Samples  may  be  placed  within  plastic  air  tight  bags  and  maintained  in  a  gaseous 
medium  different  from  the  one  used  for  the  thermal  conditioning  of  the  surround- 
ing box. 

We  give  a  somewhat  detailed  description  of  the  dimensional  and  constructive 
characteristics  of  the  apparatus.     For  instance,  the  results  of  tests  performed 
on  a  polyurethane  sample  between  -80  and  +40  °C  are  presented.     This  test  has 
been  run  with  the  sample  maintained  within  an  air  tight  envelope  enclosing  atmo- 
spheric air,  and  with  the  chamber  thermally  conditioned  by  means  of  liquid 
nitrogen  spraying. 


Keywords:  Conductivity,  guarded  hot  plate,  polyurethane,  thermal 
conductivity. 


1.  Introduction 

For  the  measurement  of  the  thermal  conductivity  of  insulating  materials  from  -80°  to  +100°  C,  the 
Laboratoire  National  d'Essais  uses,  since  the  beginning  of  1967,  two  identical  apparatuses.     These  ap- 
paratuses have  been  constructed  to  satisfy  the  increasing  requirement  of  measurements  on  refrigeration 
industry  insulating  materials  above  and  below  the  ambient  temperature,  mainly  in  the  range  -80  to  +100 
°C.     In  their  general  arrangement,  they  are  similar  to  guarded  hot  plate  apparatuses  designed  for  work- 
ing above  ambient  temperature.     Nevertheless,  they  include  several  distinctive  features  which  have  been 
studied  to  reduce,  indeed  to  remove,  the  operative  difficulties  of  the  standard  type  arrangement  below 
the  ambient  temperature.     Indeed  the  guarded  hot  plate  method  may  even  be  suitable  in  case  of  a  sur- 
rounding temperature  lower  than  the  temperatures  prevailing  in  the  samples,  and  specially  the  coldest 
face  temperature  of  these  samples.    When  this  condition  is  realized,  the  lateral  thermal  losses  appear- 
ing on  the  edges  of  the  sample  may  be  balanced  by  superheating  the  guard  heater.     On  the  other  hand,  if 
the  surrounding  temperature  remains  above  the  sample  temperatures  (and  particularly  the  hot  face  temper- 
ature) a  reheating  of  the  edges  takes  place  and  a  parasitic  thermal  flow  appears  in  the  central  measure- 
ment area  which,  theoretically,  implies  an  adjustment  by  underheating  of  the  heater  edges.     This  is 
certainly  the  reason  for  which  the  ASTM  Standards  recommend  two  different  types  of  apparatuses  on  each 
side  of  the  ambient  temperature;  that  is  to  say:     the  guarded  hot  plate  apparatus  above  this  limit  (ASTM 
Standard  C  177-63  [1]  )  and  the  calorimeter  making  use  of  the  vaporisation  latent  heat  of  liquid  nitro- 
gen for  low  temperatures  (ASTM  Standard  C  420-62  T  [2]). 


Engineer  Chief  of  the  Thermal  Conductivity  Department. 
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Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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To  make  use  of  two  different  test  set-ups  is  not  always  convenient: 

a.  The  setting  up  and  taking  down  of  the  specimens  on  two  different  apparatuses  does 
not  ensure  the  same  thermal  contacts  on  their  cold  and  hot  faces. 

b.  The  calorimetric  arrangement  comprises  a  guard  ring,  but  as  a  general  rule,  there 
is  no  balance  of  the  heating  element  edge  heat  losses. 

c.  The  guarded  hot  plate  method  makes  use  of  two  symmetrical  specimens  while  the 
calorimeter  uses  only  one  sample. 

d.  The  heat  flow  measurement  is  entirely  different:     gas  flow  measurement  with  the 
calorimeter,  and  Joulean-dissipated  energy  measurement  in  case  of  the  guarded  hot 
plate . 

Laboratories  working  with  the  guarded  hot  plate  method  recommend  particular  building  arrangements 
which  permit  extension  of  the  method  to  the  low  temperatures. 

The  easiest  way  consists  in  the  use  of  a  large  temperature  ratio  between  the  two  faces  of  the 
specimens.     In  this  case,  the  middle  temperature  may  become  higher  than  the  surrounding  temperature,  and 
it  is  then  possible  to  control  the  superheating.     This  proceeding  is  usable  only  for  temperatures  close 
to  ambient  temperature,  and  allows  only  the  determination  of  mean  values  of  thermal  conductivity. 

Two  variations  of  the  following  proceeding  were  also  tested: 

The  stack,  including  heater,  samples  and  cold  plates,  is  first  enclosed  within  a  casing  made 
of  high  thermal  conductivity  material  such  as  copper  or  aluminum.     The  walls  of  this  casing  are  in  close 
thermal  contact  with  the  cold  plates  so  that  their  average  temperatures  are  close  to  the  cold  plates 
ones.    Obviously,  the  metal  casing  and  the  cold  plates  are  carefully  insulated  and  great  care  is  taken 
against  moisture. 

For  the  second  version,  the  general  arrangement  is  identical  with  the  first  one,  but  the  four 
walls  of  the  metal  casing  are  fitted  with  a  cooling  coil.     This  coil  is  connected  with  the  cold  plates 
outlet  circuit.     Both  arrangements  allow  the  guarded  hot  plate  method  to  be  used  for  temperatures  as 
low  as  -40  °C. 

Nevertheless,  they  constitute  a  poor  improvement  since  it  is  impossible  to  obtain  a  surrounding 
temperature  lower  than  the  cold  plates  one.     Again,  appears  the  disadvantage  of  using  large  temperature 
variation  between  the  two  faces  of  the  specimen. 

Because  of  the  disadvantages  inherent  in  these  arrangements,  the  Laboratoire  National  d'Essais  has 
fitted  two  of  their  own  apparatuses  with  the  aim  of  realizing  a  surrounding  temperature  always  lower 
than  the  temperature  prevailing  within  the  sample.     This  result  is  obtained  by  means  of  a  thermally  in- 
sulated external  casing  controlled  in  temperature  either  by  a  sweeping  of  gaseous  nitrogen  resulting 
from  liquid  nitrogen  evaporation,  or  by  a  hot  air  current. 

2.     Experimental  Equipment 
2.1.  Specimens 

The  apparatus  is  convenient  on  insulating  materials  having  thermal  conductivity  values  varying  from 
0.015  to  2  kcal/h  m  °C.     The  specimens  have  to  be  presented  in  square  shaped  panels  (500  x  500  mm)  of 
uniform  thickness  (preferably  from  10  to  50  mm).     Thickness  and  surface  finish  uniformity  requirements 
are  those  prescribed  in  ASTM  Standard  C  177.     The  specimens  are  generally  enclosed  within  thin  plastic 
welded  bags.     As  a  general  rule,  the  filling  fluid  is  atmospheric  air. 

£.2.     The  Apparatus  Features 

a.    Plates  Stacking 

The  stacking  constituting  the  main  part  of  the  apparatus  is  of  the  conventional  type  of  guarded 
hot  plate  set  up.     It  is  formed  with  the  following  parts,  all  square  shaped  (see  figure  1): 

One  electrical  heating  plate 

Two  samples  on  each  side  of  the  heater 

Two  cooling  plates  in  close  contact  with  the  cold  faces  of  each  sample 

Four  sheets  fitted  with  thermocouples  (these  sheets  are  sandwiched  between  the 

metal  plates  and  the  samples). 
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The  stacking  may  be  disposed  either  vertically  or  horizontally.     In  horizontal  position,  in  pre- 
ference, a  well  known  weight  loading  ensures  a  good  thermal  contact  between  the  samples  and  the  heating 
or  cooling  plates.     A  tie-rods  and  scaled-spring  arrangement  may  also  ensure  it,  particularly  in  the 
vertical  position.     The  stacking  is  placed  within  a  parallelepiped-shaped  copper  casing,  the  copper 
plate  ensuring  a  uniform  wall  temperature.     Thermal  insulation  between  stacking  and  casing  is  realized 
by  means  of  a  mineral  fibers  filling  (20  mm  thickness)  enclosed  within  air  tight  envelopes  of  silicone 
coated  glass  cloth. 

b.     Conditioned  Casing  (See  figures  2  and  3) 

The  copper  casing  enclosing  the  stacking  is  set  up  inside  a  cubic  chamber  resting  on  a  base-plate. 
The  walls  and  base-plate  are  fitted  with  a  steam  baked  cork  insulation  22  cm  thick.     Sweeping-gas  coils 
(air,  nitrogen),  liquid  coils  (oil,  methanol,  liquid  nitrogen)  and  electrical  wiring  (heating  and  mea- 
surement) are  embedded  within  the  base-plate  thermal  insulation.     Thus  it  is  possible  to  take  down  the 
chamber  without  disconnecting. 

From  ambient  temperature  to  -80  "C,  the  chamber  is  conditioned  by  evaporation  of  liquid  nitrogen 
sprayed  by  a  distributor  fitted  in  the  upper  part  of  the  chamber.     The  liquid  nitrogen  flow  is  control- 
led by  a  solenoid  valve  and  a  regulating  cock.     A  platinum  probe  regulator  governs  the  solenoid  valve. 
A  small  drain  connects  the  chamber  with  the  atmosphere. 

A  fan  ensures  the  temperature  homogeneity  of  the  chamber.    Between  ambient  temperature  and  +100  °C 
the  temperature  is  controlled  by  an  electrical  heating  resistor  coupled  with  the  fan  agitating  the 
ambient  air.     The  resistor  is  controlled  by  the  above  mentioned  regulator.     The  chamber  is  screwed  on 
the  base-plate  with  intercalation  of  a  silicone  gasket.     The  relative  pressure  inside  the  chamber  does 
not  exceed  100  mm  WC. 


c.     The  Features  of  the  Guarded  Hot  Plate  (See  figures  4  and  5) 


This  plate  (500  x  500  mm)  is  realized  by  inserting  a  heater  between  two  anodic  oxidized  matte 
black  painted  aluminum  plates  (5  mm  thick). 

The  central  measurement  area  is  250  x  250  mm  square,  insulated  by  an  air  gap  (1.2  mm  wide).  When 
fabricating  the  plates,  eight  bridges  have  been  keptj  they  ensure  the  mechanical  bonding  of  the  measure- 
ment area  with  the  guard  ring  (each  bridge  is  about  4  or  5  mm^  section).     The  heater  constitutes  of  a 
wire  wound  in  a  double  square  shaped  spiral  placed  between  two  asbestos  paper  sheets  (1  mm  thick). 

The  heating  wire  is  0.8  mm  diameter  Driver-Harris  Nichrome  V.     The  coil  pitch  is  10  mm.     There  are 
two  separate  coils  as  far  as  electric  energy  is  concerned.     The  first  one  heats  the  central  area  and  a 
bordering  part  of  the  guard  ring.     This  arrangement  avoids  discontinuity  of  specific  heating  energy  in 
the  air  gap  zone.     The  second  one  (4  whorls)  constitutes  the  guard  ring.     The  Joulean-dissipated  energy 
measurement  is  performed  by  means  of  voltage  taps  located  on  a  level  with  the  air  gap. 

Two  sheets  of  silicone  coated  glass  cloth  bearing  the  superheating  control  thermopiles  are  tighten- 
ed between  the  heater  and  the  two  metal  plates  (0.3  to  0.4  mm  thick).     These  thermopiles  are  made  of 
0.2  mm  chromel-alumel  wire  and  each  comprises  20  pairs  of  weldings  symmetrically  disposed  15  mm  apart 
along  the  margin  of  the  square  measurement  area  of  the  metal  plates  (See  figure  6), 


d.     Cooling  Plates 


The  two  cooling  plates  are  made  of  copper  plates  (5  mm  thick  each).     Two  superpositioned  coils  are 
thermally  bounded  with  the  copper  plate  by  means  of  Thermon  (conductive  cement  including  graphite). 
The  coils  are  wound  in  a  double,  square  shaped  spiral  (copper  pipe  10  x  12  mm  in  diameter,  20  mm  pitch). 
One  of  the  two  coils  is  connected  with  a  methanol  circuit  controlled  by  a  diaphragm  flowmeter.  The 
methanol  circulation  is  provided  by  a  Lauda  Cryostat  controlled  from  -80  to  +20  "C  with  +0.2  to  0.5  °C 
accuracy.     The  second  coil  is  connected  with  a  Haake  thermostat  controlled  from  +20  to  +100  °C  with 
±0.1  °C  accuracy.     So  we  are  able  to  control  the  temperature  of  the  cold  plates  between  -80  to  +100  °C 
without  removing  the  specimens. 

e.     Sample  Face  Temperature  Measurement  Sheets 


Glass  cloths  (0.2  mm  thick)  are  generally  used.     The  thermocouples  wires  are  insulated  with  sili- 
cone and  the  junctions  remain  free.    Each  sheet  bears  five  0.2  mm  chromel-alumel  thermocouples  disposed 
according  to  the  R.I.L.E.M.  arrangement  [3]*     That  is  to  say  on  each  face  there  is  one  thermocouple  in 
the  middle  and  four  thermocouples  in  the  middle  of  the  half -diagonals .     These  last  four  thermocouples 
are  series  connected  and  measure  the  temperatures  difference  between  the  faces  of  the  sample.  These 
sheets  are  useful  with  specimens  such  as  mineral  wool.     For  hard  materials,  rubber  plates  of  known 
thermal  resistance  are  placed  between  measurement  sheets  and  specimens. 
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f.     Measurement  Equipment  (See  figure  7) 

a.  Superheating  Control.     The  two  thermopiles  of  the  heating  plate  are  connected  separately  or  in 
series.     A  Leeds  and  Northrup  amplifier  (type  CAT  9835B)  and  a  single  channel  recorder  measure  their 
emf.     The  guard  heater  control  is  manually  operated  to  nearly  cancel  the  unbalance  between  the  central 
area  and  the  guard  ring. 

b.  Surface  specimen  temperature  measurements.     The  temperature  of  each  face  and  the  four-times- 
amplified  temperature  drop  of  each  specimen  are  measured.     The  values  are  recorded  on  a  multichannel 
automatic  potentiometer.     The  same  apparatus  records  the  temperatures  of  the  copper  box  and  of  the 
chamber.     When  steady  state  is  reached  the  surface  temperatures  of  the  samples  are  measured  by  means 
of  a  precision  potentiometer  (P-12  type  A. O.I. P. -1  |j,V  sensitivity). 

c.  Joulean-dissipated  energy  measurement  in  the  central  area.     The  heating  plate  is  supplied  with 
direct  current.     Automatic  regulation  of  the  generator  is  +0.05%  of  the  fixed  value.     Standard  resistors 
and  the  precision  potentiometer  measure  the  emf  and  the  current  intensity  in  the  measurement  area. 

3.     Tests  Run 

are  being  run  in  the  apparatus  on  polyurethane  specimens  undergoing  different 
specify  the  apparatus  working  conditions,  we  describe  the  test  measurements 
for  a  polyurethane  specimen. 

3.I0     Test  Description 

The  test  is  run  on  expanded  polyurethane  having  the  following  characteristics: 

Mean  density  before  test: 
Expansion  agent: 
Aging  conditions: 
Specimen  sizes: 

Total  weight  of  the  two  samples: 


Test  in  horizontal  position 
Loading  pressure 

Inside  the  bags,  the  specimens  remain  in  contact  with  the  atmospheric  air  initially  introduced. 
During  the  test  no  gas  sampling  has  been  effected.     It  may  be  supposed  that  during  the  test  an  air- 
freon  blend  takes  place  with  the  temperature  changes.     Thickness  variations  of  the  specimens  versus  the 
temperature  are  measured  before  starting  the  test  within  an  insulated  glass  walled  cold  chamber.  The 
two  specimens  remain  in  their  bags  and  mean  temperature  and  loading  conditions  are  reapplied.  Thick- 
ness variations  are  metered  with  a  cathethometer .    Before  test  the  specimens  have  been  submitted  to  a 
cycling  ambient  temperature  down  to  -80  °C  and  back  to  ambient  temperature. 

3.2.     Test  Results 

In  the  test  described,   the  conditioned  chamber  is  always  adjusted  relative  to  the  cold  plates 
temperature.     A  small  difference  between  these  temperatures  is  kept  for  all  test  points.     The  measured 
values  during  the  test  are  grouped  in  table  1. 

4,     Conclusions  ■     '        '  -  ' 

These  new  apparatuses  have  the  following  advantages:  ■  ' 

A  small  temperature  ratio  between  the  stacking  and  the  surrounding,   the  surrounding 
temperature  being  always  below  that  of  the  cold  plates. 

Only  a  small  amount  of  thermal  insulation  is  required  around  the  stacking  (2  cm  of 
fibrous  mineral  wool).  ■ 

A  very  homogenous  surrounding  temperature,   thanks  to  the  copper  box.     Hence,  it  • 
follows  that : 

A  small  disadjusting  of  the  temperature  unbalance  between  the  central  area 
and  the  guard  ring,  from  one  temperature  test  level  to  the  next.     The  testing 
run  with  a  constant  central  energy,  this  unbalance  needs  only  a  small  super- 
heating correction  from  one  point  to  another. 


Presently,  tests 
aging  treatments.  To 
technique  and  results 


55.95  kg/ffl^ 

freon  (exact  type  not  stated) 
15  months  in  ambient  air  and  temperature 
500  x  502  X  50  mm,     500  x  502  x  50  mm 
0.905  kg  (The  two  samples  are  enclosed  within 
air  tight  bags  made  of  welded  plastic 
film  (0,07  mm  thick.  Manufactured  by 
"La  Cellophane"  under  the  name  of 
"Therthene")). 

0.06  kg/cm^ 
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A  much  smaller  thermal  inertia  than  with  a  large  amount  of  lateral  thermal 
insulation. 

An  eminent  time  benefit.    Each  point  needs,  on  the  average,  less  than  48  hours 
instead  of  a  minimum  of  72  hours  with  the  previously  used  procedures. 

Adjustments  which  are  as  easy  at  the  limits  of  the  temperature  range  as  at  ambient 
temperature. 

Testing  continuity  on  either  side  of  the  ambient  temperature  without  dismounting 
the  stack.     The  cooling  by  evaporation  of  liquid  nitrogen  shows  ease  of  utilization 
and  reliability. 
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Table  I.     Values  Obtained  for  the  Thermal  Conductivity  of  the  Sample  of  Polyurethane  Foam, 


Point  N" 

Mean 
Tempera- 
ture in 
Samples 

9  °C 
m 

Temperature 

of 

Unbalance 

Between 
Central  & 
Guard  Area 

At  °C 

Tanperature 
Difference 

A9  °C 

MxlOO 

A9 

R 

cnp  °C 

-3 

k.IO 
w 

Mean 
Specimen 
Thickness 

cm 

Hot  Face 

Cold  J^ce 

9  °C 
c 

Chamber 
Ambient 

'C 

w 

cm  °C 

1 

-69,3 

-60.3 

-78.3 

-85 

+0.0036 

18 

0.020 

1.740 

0.0287 

4.99^ 

2 

-50,2 

-41.3, 

-59.1 

-66.5 

+0.0084 

17.8 

0.047 

1.715 

0,0291 

4.995 

3 

-31.7 

-24.0 

-39.4 

-46.5 

-0.0024 

15.4 

0.016 

1.636 

0.0305 

4.99b 

4 

-18.8 

-  9.4 

-28.2 

-35 

-0.0045 

18.8 

0.024 

1.751 

0.0285 

5.01 

5 

-  7.0 

+  3.8 

-17.8 

-24 

+0.0018 

21.6 

0.008 

1.959 

0.0255 

5.OI5 

6 

+  0.95 

+  11.6 

-  9.7 

-17.5 

-0.0006 

21.35 

0.003 

1.932 

0.0258 

5.01s 

7 

+14. 9b 

+25.9 

+  4.0 

-  3-2 

0.0 

21. 8b 

1.997 

0.0250 

5.02 

8 

+29.7 

+39. 7s 

+  19.6 

+12.5 

+0.0036 

20.1s 

0.018 

1.826 

0.0273 

5.026 
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?igure  2.    General  features  of  the  insulated 
conditioned  chamber. 

1  -  Insulated  base-plate  containing  the 

different  circuits. 

2  -  Insulated  chamber. 

3  -  Stacking  in  his  copper  box  in  hori- 
zontal position. 
The  same  in  vertical  position. 
Electrical  leads  and  measurements 
wires. 

Solenoid-valve  on  the  liquid  nitrogen 
pipe. 

Liquid  nitrogen  inlet. 
Oil  inlet. 
Oil  outlet. 

Manuel  oil  flow  control  cocks. 
Oil  float  flowmeters. 
Methanol  circuit. 
Methanol  flow  rate  measurement 
diaphragms . 

13  -  Manual  methanol  flow  control  cocks, 

14  -  Diaphragms  U  tubes. 

15  -  Distributors. 


3'- 

4  - 


6 
7 

8 
9 
10 
11 
12 


Figure  3.    Conditioned  chamber  with  liquid 
nitrogen  tank  and  oil  thermostat  in  the 
rear. 
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Precision  Energy 
Measurement  in 
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Thermostats 
+  20  to-80'C. 


-20  to  +100°C- 
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Plate 
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Recorder 
(  Temperatures) 


Ice 
Box 


Manual 
Com  - 


A  utomatic 
Control 


Precision 
Potent  iometer 


Galvanometer 


DC  Amplificator 


Liquid  Nitrogen 
Tank 


Figure  7.    General  chart  of  the  guarded  hot  plate  apparatus  (range  -80  to  -  100    C) . 
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A  Study  of  the  Effects  of  Edge 
Insulation  and  Ambient  Temperatures 
On  Errors  in  Guarded  Hot-Plate  Measurements 


H,  W.  Orr 

Division  of  Building  Research, 
National  Research  Covmcil  of  Canada 
Ottawa 


The  error  due  to  edge  effects  of  the  guarded  hot-plate  apparatus  has  limited  the 
thickness  of  specimens  that  may  be  tested  to  approximately  one  third  the  dimension 
of  the  central  section  of  the  heating  unit.    Samples  of  known  conductivity  were  tested 
using  various  thicknesses  of  edge  insulation  and  various  ambient  temperatures.  It 
was  foimd  possible  to  determine  the  optimiam  edge  conditions  so  that  errors  due  to 
edge  effects  are  negligible  for  very  thick  specimens. 

Keywords:  Conductivity,  errors,  guarded  hot-plate,  heat  conduction,  standard 
test,   thermal  conductivity,   thermal  insulation. 


1.  Introduction 

The  most  widely  used  and  precise  method  of  determining  thermal  conductivity  is  with  the  guarded 
hot-plate  and  a  standard  method  using  this  equipment  has  been  adopted  by  ASTM  (l)"*^.  This  method  of 
test  limits  the  thickness  of  specimen  to  one  third  the  linear  dimension  of  the  heating  unit.  In  order  to 
test  thick  specimens  using  this  method,  guarded  hot-plates  with  proportionately  large  dimensions  are 
required.  Another  approach  is  to  slice  the  material  and  produce  a  number  of  thinner  specimens  that 
may  be  tested  in  a  smaller  guarded  hot-plate.  A  third  approach  is  to  test  thick  specimens  in  a  small 
guarded  hot-plate  apparatus  and  reduce  errors  due  to  edge  effects  by  control  of  the  boundary  conditions. 

Each  of  the  three  methods  has  its  limitations.    A  large  hot-plate  is  expensive,  difficult  to  build  and 
operate,   and  not  suitable  for  the  majority  of  specimens.    Because  of  this  many  laboratories  are  iin- 
likely  to  have  one.    Slicing  samples  to  make  specimens  thin  for  testing  in  smaller  guarded  hot-plates 
is  not  always  convenient  or  desirable  and  testing  thick  specimens  in  small  plates  can  result  in  large 
errors  due  to  edge  effects.    An  experimental  program  was  proposed  to  evaluate  the  possibility  of  re- 
ducing edge  errors  so  that  thick  specimens  can  be  tested  on  small  guarded  hot-plates. 

The  guarded  hot-plate  method  for  measurement  of  thermal  conductivity  is  based  on  the  assiimption 
that  isotherms  in  the  central  area  of  the  test  specimens  are  planes  parallel  to  the  hot  and  cold-plates, 
i.e.,  that  the  heat  flow  is  perpendicular  to  the  faces  of  the  sample.    This  assumption  of  one-direction- 
al heat  flow  is  valid  only  for  thin  specimens  unless  the  edge  of  the  sample  has  a  temperature  profile 
that  is  nearly  the  same  as  that  at  the  centerline  of  the  sample.    The  normal  procedure  for  the  guarded 
hot-plate  is  to  limit  the  heat  gained  or  lost  from  the  edge  of  the  sample  by  using  edge  insulation,  by 
maintaining  the  ambient  temperature  at  an  appropriate  level  ^2),   and  by  limiting  the  thickness  of  the 
specimen  (3)  so  that  errors  due  to  edge  effects  are  negligible. 

With  thick  specimens  the  isotherms  become  distorted  if  heat  is  allowed  to  enter  and/or  leave  the 
edge  of  the  specimens.    This  may  result  in  an  erroneous  measurement  of  thermal  conductivity  if  the 
edge  conditions  are  not  carefully  controlled.    If  the  ambient  temperature  is  much  above  the  sample 
temperature,   heat  will  flow  into  the  edge  of  the  specimen,   distorting  the  isotherms  and  making  the 


Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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apparent  thermal  conductivity  low.    An  ambient  temperature  much  below  the  sample  temperature  will 
give  the  opposite  effect.    It  would  appear,   therefore,   that  there  is  some  optimum  temperature  that  will 
give  a  minimum  error.    Since  the  apparent  thermal  conductivity  is  affected  by  heat  entering  or  leaving 
the  edge  of  the  specimen,   edge  insulation  should  help  to  reduce  the  flow  of  heat  and  consequently  reduce 
the  error  in  the  thermal  conductivity. 

The  object  of  the  experimental  work  reported  in  this  paper  was  to  determine  the  effectiveness  of 
using  edge  insulation  and  of  controlling  ambient  temperature  in  reducing  errors  when  measuring  the 
thermal  conductivity  of  thick  specimens. 

2.  Experimental 
2.  1  Equipment 

The  guarded  hot-plate  equipment  used  for  the  tests  was  similar  to  one  designed  by  the  National 
Bureau  of  Standards  in  Washington  (4).  The  test  area  is  10  cm  square  with  a  5 -cm-wide  guard  area 
that  is  automatically  kept  at  the  same  temperature  as  the  test  area.    The  hot-plate  was  operated  in  a 
horizontal  position  in  an  insulated  box.    The  temperature  in  the  box  was  controlled  by  circulating  fluid 
at  a  controlled  temperature  through  heat  exchanger  plates  that  covered  three  walls  of  the  box.    The  air 
in  the  box  was  stirred  with  a  large-diameter,   low- speed  propeller  fan. 

2.  2  Specimens 

Polyurethane  foam  and  silicone  rubber  were  used  to  make  up  the  samples  for  test.    Thick  samples 
were  made  by  stacking  homogeneous  material  in  slices  13  mm  to  19  mm  thick.    The  actual  thermal  con- 
ductivity was  determined  by  adding  the  previously  determined  resistances  of  pairs  of  slices  and  convert- 
ing the  total  resistance  to  thermal  conductivity.    The  resistance  of  each  pair  of  slices  was  determined 
in  two  guarded  hot-plates,   in  the  plate  used  for  the  thick  specimens,  and  in  a  plate  of  the  same  size, 
similar  in  design  to  one  developed  at  the  University  of  Saskatchewan  and  described  by  Woodside  and 
Wilson  (5).    The  values  obtained  with  the  two  guarded  hot-plates  had  a  maximum  deviation  of  0.  06  per 
cent  and  a  mean  deviation  0.  03  per  cent  for  the  polyurethane  foam  samples  and  0.46  per  cent  and  0.  21 
per  cent  respectively  for  the  silicone  rubber, 

2.  3  Method 

The  first  series  of  tests  was  carried  out  to  check  the  effect  of  varying  the  thickness  of  edge  in- 
sulation.   Specimens  of  polyurethane  foam  and  silicone  rubber  85  mm  thick  were  used  for  these  tests. 
The  ambient  temperature  was  controlled  close  to  the  mean  temperature  of  the  sample    24  C;  the 
temperature  difference  across  the  sample  was  maintained  at  22  C.    A  series  of  tests  was  run  starting 
with  no  edge  insulation  and  applying  13  mm,   25  mm,   51  mm,   and  76  mm  of  edge  insulation  to  the  edge 
of  the  specimen  covering  the  hot-plate  completely  and  extending  20  mm  beyond  the  faces  of  the  cold- 
plates.    The  test  was  repeated  with  an  ambient  temperature  of  38  C;  all  other  conditions  remained  the 
same.    The  edge  insulation  had  a  thermal  conductivity  approximately  equal  to  the  specimen.    The  poly- 
urethane samples  had  edge  insulation  of  polyurethane  with  a  X  =  0,  0230  W  m'-'-deg"    while  the  silicone 
rubber  samples  had  neoprene  rubber  for  the  edge  insulation  with  a  \  =    0.  304.    After  the  completion  of 
these  two  series  an  approximate  optimum  ambient  temperature  for  minimum  error  was  determined  by 
a  linear  interpolation  of  the  previous  results  and  a  third  series  was  run  using  this  ambient  temperature. 
The  results  of  these  three  tests  are  given  in  Table  1  for  polyurethane  foam  and  in  Table  2  for  silicone 
rubber.    The  ambient  temperature  has  been  converted  to  a  nondimensional  temperature  index  (ATI) 
by  relating  it  to  the  temperatures  of  the  hot-  and  cold-plate,   i.e.  ATI   =  <T^  -    T^)  /  (T^  -  T^). 

Where  T    is  the  ambient  temperature  and  T     and  T     are  hot-  and  cold-plate  temperatures  respect- 
ively.     ^  he 

2.4  Results 

The  results  shown  in  Tables  1  and  2  have  been  plotted  in  figures  1  and  2.    The  error  in  thermal 
conductivity  has  been  plotted  against  the  thickness  of  edge  insulation  for  corrected  ATI.    For  each 
thickness  of  edge  insulation  ♦'he  best  straightline  fit  was  used  to  determine  the  optimum  ATI  for  mini- 
mum error  and  to  correct  the  ATI  to  0,  5,    1.10,  and  a  value  near  the  optimum  for  plotting.    The  values 
of  optimum  ATI  have  been  plotted  against  the  thickness  of  edge  insulation  in  figures  3  and  4. 
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Table  1 


Experimental  values  of  error  in  thermal  conductivity  measurements 
for  85.  05  mm  polyurethane  foam  samples 


Polyur  ethan< 

e  foam  samples:    A-  = 

0,  230  .  d  =  31, 89; 

4 

NBS  guarded  hot-plate,   in  a  horiz 

ontal  configuration: 

203.  2  mm  x 

203.  2  mm,    test  area 

101.6  mm  X  101.6  mm. 

Edge 

Mean 

Temperature 

Ambient 

Insulation 

Temperature, 

Difference, 

Temperature 

Error, 

thicknes  s, 

°C 

°C 

Index 

per  cent 

mm 

Series  1 

0 

23.  89 

22.  26 

0.  479 

6.4 

12.7 

24.  12 

22.  86 

0.  479 

3.  5 

25.4 

24.  19 

22.94 

0.47  6 

2.  8 

50.  8 

24.  28 

23.  16 

0.  508 

1.7 

76.2 

24.  34 

23.21 

0,  502 

1.5 

Series  2 

0 

23.91 

22.  11 

1.  103 

-27.  65 

12.  7 

24.  25 

22.99 

1.100 

-16.  26 

25.4 

24.  13 

22.  77 

1.  121 

-13. 27 

50.  8 

24.  39 

23.16 

1.  081 

-7,  84 

76.2 

24.  18 

22.78 

1.  09  8 

-6.  33 

Series  3 

0 

24.  08 

22.  56 

0.  649 

-0.  6 

12.7 

24.08 

22.  61 

0.646 

-0.  7 

25.4 

24.  12 

22.  28 

0.  668 

-2.2 

50.  8 

24.  29 

23.  14 

0,  631 

0.  1 

76.  2 

24.23 

23.  12 

0.  626 

0.  2 

The  ambient  temperature  for  minimum  error  is  between  the  mean  temperature  of  the  sample  and 
the  temperature  of  the  hot-plate.    This  is  the  expected  result  for  a  guarded  hot-plate  where  the  heat  is 
metered  at  the  hot-plate  side.    If  the  heat  is  metered  at  the  cold-plate  side  the  optimum  ambient 
temperature  would  be  between  the  mean  and  cold-plate  temperatures.    When  the  ATI  is  not  the  opti- 
m\im,   edge  insulation  reduces  the  error  as  expected.    With  thick  edge  insulations  the  ambient  temper- 
ature is  not  as  critical.    The  optimiim  ATI  appears  to  be  a  linear  function  of  the  edge  insulation  thick- 
ness.   Thicker  edge  insulation  requires  a  higher  optimum  ATI.    Specimens  of  high  thermal  conducti- 
vity require  higher  ATI  for  minimum  error  for  all  thickness  of  edge  insulation. 

Using  the  results  of  these  series  of  tests  an  attempt  was  made  to  see  how  thick  the  specimens 
could  be  made  and  still  maintain  a  reasonable  degree  of  accuracy.     The  thickness  of  polyurethane  foam 
specimens  was  varied  from  75  mm  to  189  mm  while  the  edge  insulation  thickness  was  kept  constant  at 
57  mm  and  the  ATI  was  near  optimum  as  determined  in  the  first  series.    As  specimen  thickness  was 
increased,  the  measured  error  was  larger  than  exi^ected  when  compared  with  the  tests  done  with  85- 
mm  samples.    This  would  seem  to  indicate  that  the  optimum  ATI  is  also  a  function  of  specimen  thick- 
ness.   The  results  are  shown  in  Table  3. 

3.  Conclusion 

The  error  due  to  the  edge  effects  of  the  guarded  hot-plate  may  be  reduced  with  edge  insulation  but 
only  becomes  zero  when  the  ambient  temperature  is  at  one  specific  value.    The  optimum  ATI  appears 
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Table  2    Experimental  values  of  error  in  thermal  conductivity  measurements  for  84.46  mm  silicone 
rubber  samples 

3 

Silicone  rubber  samples:  X  =    0.246  ,    d   =    1190  kg/m 

3 

Neoprene  rubber  edge  insulation:    \=    0.  304,     d=  1400  kg/m 

NBS  guarded  hot-plate,   in  a  horizontal  configuration:    203.  2  mm  sq,   test  area  101.  6  mm  sq 


Edge 

Mean 

Temperature 

Ambient 

Insulation 

Temperature, 

Difference 

Temperature 

Error, 

thickness. 

°C 

°C 

Index 

per  cent 

mm 

Series  1 

0 

23.  87 

22.  12 

0.  508 

3,  62 

12.  7 

23.  89 

22.  10 

0.  499 

3.28 

25.  4 

24.  01 

22.  24 

0.  502 

3.  22 

50.  8 

23.94 

22.  10 

0.  512 

3.31 

76.2 

23.  82 

22.  08 

0,  500 

3.  86 

Series  2 

0 

23.  82 

21.  94 

1.  150 

-18.4 

12.7 

23.75 

22.  17 

1.  127 

-12. 32 

25.  4 

23.99 

22.  17 

1,  164 

-10. 49 

50.  8 

23.93 

22.  07 

1.  166 

-6,32 

76.  2 

23.  84 

21.99 

1.  150 

-4.  46 

Series  3 

0 

24.  02 

22,  52 

0.  604 

0.  18 

12.7 

23,  89 

22.  25 

0.  603 

0.  77 

25.4 

23.92 

22.  11 

0.  608 

0,97 

50.  8 

23.92 

22.  05 

0.  600 

2,  07 

76,2 

23.  83 

22.  07 

0..610 

2.  14 

Table 

3      Experimental  values  of  error  in  thermal  conductivity  measurements 

for  polyurethane  foam  samples  tested  in 

an  NBS  203.  2  mm  x  203. 

2  mm 

guarded  hot-plate 

using  57  mm  of  polyur 

ethane  foam  edge  insulation 

Sample 

Mean 

Temperature 

Ambient 

Error, 

Thickness,  mm  Temperature, 

Difference, 

Temperature 

per  cent 

°C 

°C 

Index 

75.29 

23,91 

22.25 

0.  647 

-1.0 

75.25 

23.93 

22.  26 

0.  596 

-0.  6 

75.25 

23.92 

22.21 

0.  618 

-1,4 

75.25 

23.-87 

22.  12 

0.  666 

-1.9 

75.25 

23.95 

22.25 

0,  680 

-1.  8 

75.25 

23.  89 

22.  14 

0.  619 

-1,4 

75.25 

23.  88 

22.  13 

0.  594 

-0.9 

94.  06 

23.93 

22.28 

0.  661 

-2,4 

112.89 

23.  85 

22.  14 

0.  659 

-3.  5 

112.85 

23.96 

22.  26 

0,594 

-3.  0 

112. 85 

23.93 

22.  24 

0,  585 

-2.  3 

131. 68 

23.  89 

22.  24 

0.  660 

-4,  0 

150.47 

23.91 

22.  28 

0.  628 

-5,  0 

150.42 

23.92 

22.  26 

0.  569 

0,4 

150.42 

23.90 

22.21 

0.  564 

0,  2 

150.42 

23.  89 

22.  16 

0.  568 

0.  3 

150.42 

23.92 

22,  22 

0.  598 

-2,  1 

150.42 

23.89 

22.  17 

0.  597 

-1,9 

150.42 

23.89 

22.  17 

0.  602 

-3,  1 

169.24 

23.97 

22.40 

0.  625 

-4,  1 

169. 23 

23.  86 

22.  16 

0.  643 

-6,7 

169.23 

23.92 

22.  25 

0.  628 

-6,4 

169.23 

23.80 

22.  01 

0.  627 

-5,4 
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to  be  a  function  of  the  edge  insulation  thickness,   sample  thermal  conductivity,  and  thickness. 

In  the  work  reported  here  the  edge  insulation  had  a  thermal  conductivity  the  same  as  the  sample. 
Edge  insulation  with  a  thermal  conductivity  lower  than  the  sample  will  probably  reduce  the  error  due  t 
edge  effects,  but  the  optimum  ATI  will  doubtless  change. 

This  paper  deals  mainly  with  a  sample  thickness  that  is  0.  84  times  the  linear  dimension  of  the 
central  area  of  the  hot-plate.    From  the  values  of  error  obtained  with  much  thicker  samples  it  appear 
that  different  values  of  specimen  thickness  have  different  values  for  the  optimum  ambient  temperature 
index. 

It  would  appear  that  samples  that  are  as  thick  as  the  width  of  the  central  area  of  the  hot-plate  may 
be  tested  with  little  additional  error  provided  edge  insulation  is  used  and  the  ambient  temperature  is 
maintained  at  the  optimum  value.    More  experience  is  needed,  however,  before  thick  specimens  can  b 
tested  with  assurance  that  errors  due  to  edge  effects  have  been  eliminated.    It  should  be  noted  that 
homogeneous  samples  were  used  in  this  study  and  the  results  are  not  necessarily  applicable  to  non- 
homogeneous  specimens. 


This  is  a  contribution  from  the  Division  of  Building  Research,  National  Research  Council  of 
Canada,   and  is  published  with  the  approval  of  the  Director  of  the  Division. 
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Figure  1,  Error  in  X  vs  edge  insu- 
lation thickness  showing  effect  of 
ambient  temperature  indexes  for  85 
mm  samples  of  polyurethane  foam. 


Figure  2.  Error  in  X  vs  edge  insu- 
lation thickness  showing  effect  of 
ambient  temperature  indexes  for  85 
mm  samples  of  silicone  rubber. 
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Figure  3.    Optimum  ambient  temper-  Figure  4.    Optimum  ambient  temper- 
ature index  vs  edge  insulation  ature  index  vs  edge  insulation 
thickness  for  85  mm  samples  of  thickness  for  85  mm  samples  of 
polyurethane  foam.                                                           silicone  rubber. 
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Ring  Heat  Source  Probes  for 
Rapid  Determination  of  Thermal 
Conductivity  of  Rocks-'- 


Wilbur  H.  Somerton  and  Mohammad  Mossahebi 

University  of  California,  Berkeley 
National  Iranian  Oil  Company,  Tehran,  Iran 


A  ring  heat  source  probe  has  been  developed  for  the  rapid  deter- 
mination of  thermal  conductivity  of  rocks.    In  addition  to  the  short 
period  of  time  required  to  run  the  test  (2-3  minutes),  sample  prepa- 
ration is  minimal,  requiring  only  that  parallel  flats  approximately 
two  cm  in  diameter  be  cut  or  ground  on  opposite  sides  of  the  sample. 
Ai  calibration  chart  can  be  provided  with  each  probe  so  that  thermal 
conductivity  can  be  obtained  from  simple  experimental  data  without 
elaborate  calculation. 


Key  Words:    Conductivity,  diffusivity,  probe,  ring 
heat  source,  rocks,  thermal  conductivity,  thermal 
properties  of  rocks. 


■paper  published  in:  The  Review  of  Scientific  Instruments, 
Vol.  38,  no.  10  (October,  196?) 
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Thermal  Conductivity  and 
of  Green  River 


Thennal  Diffusivity 
Oil  Shale 


S.  S.  Tihen,  H.  C.  Carpenter,  and  H.  W.  Sohns^ 

Laramie  Petroleum  Research  Center 
Bureau  of  Mines,  U.S.  Department  of  the  Interior 
Laramie,  Wyoming  82070 


Information  on  the  thermal  properties  of  oil  shale  is  necessary  for  process 
design  of  both  aboveground  and  in  situ  processes.     This  paper  presents  data  on 
the  thermal  conductivities  and  thermal  dif fuslvitles  of  various  grades  of  oil 
shale,  of  retorted  shales,  and  of  burned  shales  which  are  free  of  organic  matter. 
The  thermal  properties  are  correlated  with  shale  grade,   temperature,  and  bedding 
plane  orientation.     Determinations  were  made  both  perpendicular  and  parallel  to 
the  bedding  planes,  and  at  several  different  temperature  levels.  Conductivity 
values  ranged  from  about  .69  W  m"l  deg"l  for  58.6-gallon-per-ton  shale  to  about 
1.56  W  m"-*-  deg"-*-  for  a  lean,  8. 6-gallon-per-ton  shale.     Conductivities  of  the 
retorted  or  spent  shales  from  these  raw  shales  ranged  from  .26  to  1.38  W  m" ^  deg" 
and  of  the  burned  shales  from  less  than  .17  to  1.21  W  m"-'-  deg"-!-.     An  equation  was 
developed  for  calculating  the  thermal  conductivity  of  raw,  retorted,  and  burned 
Green  River  oil  shales. 

Thermal  dif fusivities  were  determined  experimentally  on  twelve  different 
grades  of  raw  shale  assaying  from  8.1  to  59.1  gallons  of  oil  per  ton  and  on  the 
retorted  and  the  burned  shales  from  these  raw  shales.     Thermal  dif fusivities  of 
raw  shales  ranged  from  2.6  x  10"^  to  9.8  x  10"^  m^/sec.     Dif fusivities  of  the 
retorted  shales  ranged  from  1.3  x  10"'  to  8.8  x  10"'  m'^/sec,  and  of  burned  shale 
from  1.0  x  10"^  to  7.2  x  10"^  m^/sec. 


Key  Words:  Burned  shale,  oil  shale,  retorted  shale,  thermal  conductivity, 
thermal  diffusivity,   transient  line  source  method. 


1.  Introduction 

During  the  last  decade,  oil-shale  research  and  development  in  this  country  have  progressed  to  the 
point  where  oil-shale  processing  appears  to  be  an  emerging  industry.     A  number  of  aboveground  retorting 
processes  have  been  demonstrated  on  a  pilot  or  prototype  scale,  and  efforts  to  develop  in  place,   or  in 
situ,  processing  methods  are  currently  receiving  much  attention.     The  operability  of  any  in  situ  process 
is  largely  dependent  on  the  physical  structure  and  thermal  properties  of  oil  shale.     Information  on  the 
thermal  properties  of  oil  shale  is  -necessary  for  process  design  of  both  aboveground  and  in  situ  processes. 

This  paper  presents  data  on  the  thermal  conductivities  and  thermal  dif fusivities  of  oil  shales  of 
various  grades,  of  retorted  or  spent  shales,  and  of  burned  shales  which  are  free  of  organic  matter. 
These  thermal  properties  are  correlated  with  shale  grade,   temperature,  and  bedding  plane  orientation. 


2.     Thermal  Conductivity 

2.1    Apparatus  and  Procedure 

The  apparatus  was  designed  to  utilize  the  transient  line  source  method  of  measuring  thermal  conduc- 
tivity.    In  this  procedure  heat  is  supplied  at  a  constant  rate  from  a  line  source  in  the  interior  of  the 
material  being  tested  and  temperature  rise  at  the  heat  source  is  measured  as  a  function  of  time.  These 
data  are  then  used  to  calculate  thermal  conductivity.     This  method,  adaptable  to  a  wide  variety  of 
materials  and  conditions,  has  been  used  and  discussed  by  a  number  of  investigators  (1,2,3).^    Oil  shale 


Research  Chemist,  Project  Leader,  and  Project  Coordinator,  respectively. 
2    Figures  in  parentheses  indicate  the  literature  references  at  the  end  of  this  paper. 
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is  a  heterogeneous  material  which  decomposes  as  it  is  heated  and  undergoes  changes  in  physical  and  chem- 
ical properties.     Because  of  these  phenomena  the  transient  line  source  method  is  particularly  suitable 
for  determining  thermal  conductivity  of  oil  shale. 


a.  Apparatus 

A  specially  designed  oven  was  used  to  maintain  the  oil  shale  sample  at  the  desired  temperature. 
This  oven  was  designed  in  such  a  way  that  the  shale  samples  could  be  surrounded  by  an  inert  atmosphere, 
and  that  inert  sweep  gas  could  be  used  to  remove  the  combustible  pyrolysis  products  during  heating. 

A  direc t- current ,  constant -current  power  supply  was  used  to  heat  the  line  source.  An  ammeter  sen- 
sitive to  1  milliampere  in  the  0  to  1  ampere  range  was  used  to  measure  the  current,  and  a  strip  recorder 
with  1-millivolt  full-scale  sensitivity  was  used  to  measure  and  record  temperature. 


b.     Sample  Preparation 

The  test  pieces,   7.5-cm  cubes,  were  prepared  from  7.5-cm  by  7.5-cm  by  18-cm  blocks  of  shale  which 
were  carefully  chosen  for  uniformity  and  absence  of  fractures.     Two  7.5-cm  cubes  were  cut  from  each 
block  and  the  remaining  material  was  assayed.     These  blocks  were  cut  in  such  a  way  that  the  same  bedding 
planes  occurred  in  all  three  pieces.     A  face-centered  hole  was  drilled  through  each  of  the  two  cubes  to 
accommodate  a  slender,  multi-hole  porcelain  tube  containing  a  heating  wire  and  a  butt-welded  thermo- 
couple.    In  one  cube  the  hole  was  parallel  to  the  bedding  planes  and  in  the  other  the  hole  was  perpen- 
dicular to  the  bedding  planes.     Iron  plates  were  placed  on  the  faces  parallel  to  the  bedding  planes  and 
bolted  together,   to  restrict  separation  of  the  layers  during  heating  (fig.   1).     The  restraining  plates 
can  be  seen  in  position  on  the  blocks  of  58 . 6-ga llon-per- ton  shale.     Subsequent  removal  of  these  plates 
allowed  the  blocks  of  rich  shale  to  disintegrate  completely.     After  conductivity  determinations  had  been 
made  on  the  raw  shale,   the  cubes  were  retorted  in  an  inert  atmosphere  at  482°  C,  and  used  for  retorted 
shale  conductivity  determinations.     These  cubes  were  then  heated  in  a  stream  of  air  to  remove  all 
organic  matter  and  subsequently  were  used  for  burned  shale  conductivity  determinations.     Figure  1  pic- 
tures the  cubes  of  burned  shale,  and  clearly  shows  the  disintegration  that  took  place  in  the  shale 
structure  of  the  richer  shales  during  heating.     The  lean,  8  .6-gallon-per-ton  shale  developed  only  tiny 
cracks  during  heating.     These  cannot  be  seen  in  the  photograph.     The  11.4-gallon-per-ton  shale  developed 
visible  shallow  cracks,  while  the  19 . 0- ga llon-per- ton  shale  developed  larger,  deeper  cracks. 


c.     Experimental  Procedure 

Each  pair  of  shale  samples  was  placed  in  the  oven  and  the  heating  wire  and  thermocouple  connections 
were  made,    following  which  the  oven  was  brought  to  the  desired  temperature.     After  the  sample  had  reached 
constant  temperature,  current  was  supplied  to  the  heating  wire  at  constant  rate  and  the  temperature  rise, 
with  respect  to  time,  was  measured. 

Five  replicates  were  made  on  each  sample  at  each  of  the  following  ambient  temperatures:     38°,  149°, 
and  260°  C.     A  nitrogen  atmosphere  was  used  for  the  determination  at  260°  C.     Retorted  shale  determina- 
tions were  made  at  38°,   149°,   260°,   371°,  and  482°  C,  again  using  a  nitrogen  atmosphere  for  temperatures 
above  149°  C.     Conductivity  determinations  on  burned  shale  were  made  in  air  at  the  same  temperatures  as 
those  on  retorted  shale,  and  also  at  593°  C. 


2.2     Calculations  and  Discussion  of  Results 

The  transient  line  source  technique  involves  calculation  of  thermal  conductivity  from  power  input 
to  the  heater  wire,   the  temperature  rise  of  the  specimen,  and  the  time.     This  relationship  is  expressed 
by  a  complex  mathematical  eq  (1)  which  may  be  approximated  to  within  less  than  1  percent  error  by  the 
following  expression: 


47T/1  4at 
r2 

if  the  value  of  -Ji —  is  held  equal  to  or  less  than  0.0058, 
4at 

where  9  =  the  temperature  rise  in  °C, 

Q  =  heat  supplied  per  unit  length  per  unit  time  in  J  m"''" 

A  =  therm.al  conductivity  in  W  m"'''  deg"-*-, 

y  =  Euler's  constant:  0.5112, 

R  =  distance  from  the  line  source  in  meters, 

a  =  thermal  diffusivity  in  m^/sec, 
and      t  =  time  in  seconds. 


(y  +  In  ),  (1). 
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Comparing  temperatures  at  two  different  times, 


92  -  9i  =  — ^     (In.-^  -  In  )  =  — ^  In        .  (2) 

^  ATTA  4ati  4at2  4  TT^         ti  . 

Then  A  =  -2   In  (3j 

4  /r(e2  -  Qi)  ti 

r2 

Restriction  of  -S- —  to  0.0058  is  easily  met  in  the  laboratory  within  short  periods  of  time  because  the 
4a t  ft  7  ? 

values  of  a  for  most  rocks  in  the  temperature  range  covered  lie  between  3.84  x  10"     to  2.58  x  10"    m  /sec 

and  R  can  be  held  to  values  of  3.05  x  10""^  m  or  less. 


Equation  (3)  requires  only  the  heat  input  and  t ime- temperature  values  for  calculating  thermal  con- 
ductivity.    Temperature  rise  is  plotted  as  a  function  of  time  on  semilog  paper.     After  an  initial  tran- 
sient period,   the  values  of  any  two  points  on  straight  portion  of  the  curve,  along  with  Q,  calculated 
from  the  current  and  resistance  per  unit  length  of  the  heater  wire, are  used  to  calculate  thermal  conduc- 
tivity. 

Because  oil  shale  has  a  tendency  to  crack  and  separate  into  layers  upon  heating,   only  the  first 
portion  of  the  heating  curve  could  be  used  to  determine  the  slope.     Perfect  contact  between  shale  and 
the  heating  source  is  not  attainable;   therefore,   the  first  part  of  the  curve  must  be  corrected  for  the 
error  which  imperfect  contact  introduces.     This  can  be  done  by  several  methods.     The  one  used  here  con- 
sisted of  choosing  a  time,  x  sec,   such  that  the  temperature  rise  between  (8  +  x)  sec  and   (32  +  x)  sec 
equaled  the  rise  between  (32  +  x)  sec  and  (128  +  x)  sec.     These  points,  when  plotted  against  temperature 
on  semilog  paper,   then  fall  in  a  straight  line.     Therefore,   they  can  be  substituted  in  eq   (3)  to  calcu- 
late thermal  conductivity. 


a.     Calculation  of  the  General  Equation 


Statistical  and  computer  techniques  were  used  to  develop  exponential,  quadratic,  and  second-order 
equations  from  the   A    values  obtained  above  for  raw  shale,  retorted  shale,  and  burned  shale  perpendicular 
to  and  parallel  to  the  bedding  planes.     Statistical  examination  of  these  equations  showed  that  the 
second-order  equation  gave  the  lowest  standard  error  of  estimate.     The  following  equation,   therefore,  is 
the  one  recommended  for  calculating  the  thermal  conductivities  of  Green  River  oil  shales  assaying  between 
8.6  and  58.6  gallons  per  ton  within  the  temperature  ranges  of  38°  to  260°  C  for  raw  shale,   38°  to  482°  C 
for  retorted  shale,  and  38°  to  593°  C  for  burned  shale: 


Ci  +  C2F  +  C3T  +  C4F2  +  C5T2  +  CeFT,         •  (4) 

where       A   is  the  thermal  conductivity  of  the  shale  in  W  m" deg""*", 
Ci  through  C(,  are  constants, 

F  is  the  Fischer  assay  of  the  original  shale  in  gallons  per  ton, 
and  T  is  the  temperature  in  °C. 

Table  1  lists  the  values  of  the  constants  in  the  above  equation  for  the  various  conditions  under 
which  thermal  conductivities  were  determined,  and  also  the  standard  error  of  estimate  of  A  for  each  of 
the  conditions.     The  two  curves  of  figure  2  show  the  relationship  of  thermal  conductivity  at  38°  C  of 
raw  shale  to  Fischer  assay.     The  three  curves  of  figure  3  show  the  thermal  conductivities  of  raw, 
retorted,  and  burned  shales  at  38°  C.     These  figures  show  that  thermal  conductivity  of  Green  River  oil 
shale  varies  inversely  as  shale  grade,  and  that  conductivities  of  retorted  and  burned  shales  are  generally 
lower  than  those  of  the  raw  shales  from  which  they  were  obtained.     The  burned  shales,   In  turn,  have  a 
lower  conductivity  than  the  corresponding  retorted  shales.     This  can  be  accounted  for  by  the  fact  that 
the  mineral  matter  is  a  better  conductor  of  heat  than  the  organic  matter  and  that  the  organic  matter  is  a 
better  conductor  than  the  voids  created  by  its  removal. 

3.     Thermal  Diffusivity 

3.1.     Apparatus  and  Procedure 

The  apparatus  used  for  determining  thermal  dif f usivitles  of  Green  River  oil  shale  was  essentially 
the  same  as  that  used  for  the  thermal  conductivity  determinations.     However,  sample  preparation  and 
laboratory  procedure  differed  somewhat. 


a.     Sample  Preparation 

The  samples  were  prepared  by  splitting  7.5-cm  cubes  of  the  shale  into  two  equal  parts  by  sawing 
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TABLE  1.   -  Constants  and  standard  errors  of  estimate  for  the  calculation  of 
thermal  conductivity  of  Green  River  oil  shale  using  the  equation: 

/!=  Ci  +  C2F  +  C3T  +  C^^7^  +  C5T2  +  CgFT 


Cl 

C2 

C3 

C4 

C5 

C6 

Standard 
error  of 
estimate 

Raw  Shale: 

Case 

+  1 

8081 

-  i 

6  yox  iU 

+i . y8UxiU 

3 

+3 

056x10 

-4 

-  5 

184x10" 

6 

- 1 

872x10" 

0.  173 

Case 
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067xlO"5 

133 

Case  B 

+  1 
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-5 

923xl0"2 
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5 

+6 

250x10 

-4 

-2 

935x10" 

9 

+2 

698x10"^ 

.162 

Burned  Shale: 

Case  A 

+  1 

5583 

-4 

753xlO"2 

+8.724x10" 

5 

+3 

651x10 

-4 

-8 

483x10" 

7 

+  1 

142xlO"5 

.157 

Case  B 

+  1 

2111 

-4 

927xl0'2 

+1. 181x10" 

4 

+5 

376x10 

-4 

-5 

009x10" 

7 

+  1 

827x10"^ 
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Probe  perpendicular  to  shale  bedding  planes. 
Probe  parallel  to  shale  bedding  planes. 


them  parallel  to  the  bedding  planes.     The  cut  faces  were  polished  to  provide  good  contact  when  they  were 
placed  together.     Two  small  parallel  grooves  were  cut  in  one  of  the  faces  with  a  scribe  mounted  in  a 
milling  machine.     One  groove  was  cut  In  the  center  of  the  block  and  the  other  0.64  cm  from  It.  The 
heater  wire  was  placed  in  the  center  groove  and  the  thermocouple  was  placed  in  the  outer  groove  after 
which  the  two  halves  of  the  block  were  clamped  together  securely. 

b.     Experimental  Procedure 

The  millivolt  recorder  was  adjusted  to  a  1-millivolt  full-scale  response  and  to  zero  reading.  Chart 
speed  was  set  at  2.54  cm  (1  Inch)  per  minute,  and  as  the  pens  passed  one  of  the  time -indicating  lines  of 
the  chart,  current  was  applied  to  the  heater  wire  and  allowed  to  flow  for  10  minutes.     After  the  block 
had  cooled,  the  experiment  was  repeated.     Determinations  were  made  at  each  of  five  heat  input  levels  on 
each  shale  sample. 

3.2.     Calculations  and  Discussion  of  Results 

The  following  eq  was  used  to  calculate  dif fusivities  from  recorder  readings  taken  at  1-minute 
intervals : 

In  a  =  efLlLi-  +  V  +  In  k£  ,  (5) 
Q  4t 

where  the  symbols  have  the  same  meaning  as  in  eq  (1).     This  eq  was  obtained  by  solving  eq  (1)   for  In  a. 
The  A    values  were  from  eq  (4).     Dif fusivities  which  did  not  vary  from  the  asymptotic  value  by  more  than 
5  x  10"^  m^/sec  were  averaged  to  obtain  the  diffuslvlty  for  that  particular  run.     The  standard  deviation 
of  a  was  about  2.3  x  10"^  m^/sec  for  ten  runs. 

In  order  to  obtain  a  further  indication  of  the  accuracy  of  the  experimentally  determined  values, 
they  were  compared  with  calculated  values  obtained  by  using  the  following  eq: 

a  =  -i-  ,  (6) 

d  Cp 


where      a  =  thermal  diffuslvlty  in      / sec , 

A  =  thermal  conductivity  in  W  m"-'-  deg"-'-, 

d  =  density  in  kg/m3, 
and        Cp  =  specific  heat  in  J  kg"  ^  deg"-"-. 

The  values  of  A  were  again  obtained  from  eq  (4).  Densities  and  specific  heats  were  obtained  from 
curves  which  correlated  these  properties  with  Fischer  assay.     Densities  of  the  retorted  and  of  the 
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burned  shales  were  obtained  by  assuming  that  85  percent  of  the  organic  matter  was  removed  by  retorting 
without  any  change  in  shale  volume,  and  that  burning  removed  all  of  the  organic  matter  without  any  change 
in  volume.     The  latter  densities  are  in  reasonable  agreement  with  those  recently  reported  by  Tisot  (4). 

Table  2  compares  the  experimentally  determined  thermal  dif fusivities  with  those  obtained  by  use  of 


TABLE  2.  -  Thermal  diffusivity  of  Green  River  oil  shale,   10"^  m^/sec 


Oil  yield 

Raw 

sha  le 

Retorted 

shale 

Burned 

shale 

gal/ton 

Experimental 

Calculated 

Experimental 

Calculated 

Experimental 

Ca Iculated 

8.1 
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,0 

7.2 

4.9 

5, 

.7 

3.4 

4.  1 

9.7 

9, 

,8 

7.0 

7.2 

4, 

.9 

6.2 

3.9 

12.9 

8, 

,3 

6.2 

8.8 

4. 

.4 

7.2 

3.4 

13.3 

6, 

.7 

6.2 

3.6 

4. 

,4 

.3.1 

3.4 

22.6 

4. 

,1 

4.9 

2.3 

3, 

.  1 

1.5 

2.1 

26.1 

3. 

,1 

4.4 

2.1 

2. 

.6 

1.5 

1.8 

28.5 

4. 

,1 

4.1 

2, 

,3 

2.1 

1.5 

28.5 

4. 

,1 

4.1 

2.6 

2, 

,3 

1.8 

1.5 

48.1 

2. 

,6 

2.8 

1.3 

1. 

.-5 

1.0 

.8 

.  50.7 

3. 

,4 

2.8 

2.1 

1. 

,5 

.8 

55.0 

3. 

.9 

3.1 

2. 

,  1 

1.3 

59.1 

4, 

,6 

3.1 

2, 

,6 

1.8 

eq  (6),  which  does  not  require  a  direct  measurement. 

The  reliabilities  of  the  parameters  used  in  eq  (6)  are  as  follows: 

\,  +  0.10  W  m-1  deg-1, 
d,  +  160  kg/m3, 
and  cp,  +  J  kg"l  deg"l. 

For  a  28-gallon-per-ton  shale  after  retorting,  the  true  value  of  the  above  parameters  could  lie  anywhere 
within  the  following  ranges: 

A,  0.47  -  0.67  W  m-1  deg'^, 
d,   1730  -  2050  kg/m3 
and  Cp,  0.38  -  0.92  J  kg-1  deg-1. 

Substituting  the  limits  of  these  parameters  in  eq  (6)  gives  the  following  limits  for  a:     2.58  x  10"7  to 
4.90  X  10"7  m2/sec.     Considering  the  heterogeneity  of  oil  shale,   this  spread  is  not  at  all  surprising, 
and  the  differences  between  the  values  calculated  by  eq  (5)  and  those  calculated  by  eq  (6)  are  well 
within  the  limits  of  accuracy  that  can  be  expected. 

4.  Summary 

Thermal  conductivities  were  experimentally  determined  on  several  different  grades  of  raw  shale  and 
on  their  respective  retorted  shales  and  burned  shales.     Determinations  were  made  with  the  heat  source 
both  perpendicular  and  parallel  to  the  bedding  planes,  and  at  several  different  temperatures.  Conduc- 
tivity values  ranged  from  about  0.69  W  m"l  deg"l  for  58 . 6-gallon-per- ton  shale  to  about  1.6  W  m"l  deg~l 
for  a  lean,  8.6  gallon-per-ton  shale.     Conductivities  of  the  retorted  or  spent  shales  ranged  from  0.26 
to  1.4  W  m"l  deg"l,  and  of  the  burned  shales  from  less  than  0.17  to  about  1.2  W  m"l  deg"l.     An  eq  was 
developed  for  calculating  the  thermal  conductivity  of  raw,  retorted,  and  burned  Green  River  oil  shales. 

Thermal  dif fusivities  were  deteirmined  experimentally  on  twelve  different  grades  of  raw  shale 
assaying  from  8.1  to  59.1  gallons  of  oil  per  ton  and  on  the  retorted  and  the  burned  shales  from  these 
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raw  shales.     Thermal  dlf fusivlties  of  raw  shales  ranged  from  2.6  x  10"     to  9.8  x  10"    m  /sec.  Diffus- 
ivlties  of  the  retorted  shales  ranged  from  1.3  x  10"     to  8.8  x  10"^  m^/sec  and  of  the  burned  shales  from 
1.0  X  10-7  to  7.2  X  10-7  m2/sec. 
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FIGURE  1.  -  Burned  shale  test  pieces  used  for  thermal  conductivity  determinations. 
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Experimental  Study  Relating  Thermal  Conductivity 
to  Thermal  Piercing  of  Rocks(^) 


V.V.  Mlrkovlch 


Mineral  Processing  Division,  Mines  Branch 
Department  of  Energy,  Mines  and  Resources 
Ottawa,  Canada 


Thermal  conductivity  of  19  selected  Canadian  rocks  was  measuredto 
determine  the  effect  of  thermal  conductivity  on  thermal  piercing  of  rocks. 
Rocks  with  a  higher  thermal  conductivity  generally  tend  to  pierce  better,  but 
a  definite  relation  could  not  be  established.     However,   a  very  good  corre- 
lation was  obtained  between  the  thermal  piercing  rate  and  the  product  of 
thermal  dlffuslvlty  and  thermal  expansion. 


Key  words:  Rocks,  thermal  conductivity,  thermal  dlffuslvlty, 
thermal  expansion. 
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Measurement  of  Thermal  Conductivity  of  Gases 


S.  C.  Saxena 

Thermophysical  Properties  Research  Center 
Purdue  University 
West  Lafayette,  Indiana 


We  describe  briefly  a  number  of  methods  which  have  been  used  for  the 
measurement  of  thermal  conductivity  of  gases  and  gas  mixtures.   These  are:    (1)  the 
concentric  sphere  method,  (2)  the  parallel  plate  method,  (3)  the  coaxial  cylinder 
method,  (4)  the  hot-wire  method,  (5)  the  thermal  diffusion  column  method,  (6)  the 
line  source  flow  method,  (7)  the  plasma  or  arc  method,  and  (8)  the  shock  tube 
method.   Some  of  the  less  used  methods  are  also  mentioned.   It  is  felt  that  for  a  par- 
ticular set  of  experimental  conditions  one  technique  may  be  preferable  over  others. 
The  regions  of  temperature  and  pressure  where  thermal  conductivity  researches, 
both  experimental  and  theoretical,  will  be  useful  are  outlined. 


Key  Words:   Thermal  conductivity,  gases,  conductivity  cells. 


1.  Introduction 

In  many  engineering  calculations  involving  heat  transfer,  the  knowledge  of  thermal  conductivity  appears  as 
an  important  parameter.   With  increasing  efforts  in  nuclear  and  space  technology  the  need  for  such  data  is  felt 
more  and  more.   Even  the  fundamental  imderstanding  about  the  nature  of  polyatomic  molecules  is  facilitated  to  a 
large  extent  if  elaborate  and  accurate  data  on  thermal  conductivity  are  available.   Such  considerations  have  given 
incentive  to  the  development  of  methods  which  may  be  appropriate  for  an  accurate  measurement  of  thermal  conduc- 
tivity under  varying  conditions  of  temperature,  pressure  and  composition. 

In  this  article,  we  briefly  discuss  those  methods  which  have  proved  sufficiently  accurate  and  adoptable  for 
measurement  over  a  range  of  experimental  conditions.   Both  steady  and  unsteady  state  methods  are  considered.  In 
the  former  category  the  temperature  profile  is  time  invariant,  while  in  the  latter  the  temperature  field  changes 
with  time.   Detailed  reviews  on  the  subject  are  written  from  time  to  time.   Mention  may  be  made  of  the  two  recent 
ones,  Tsederberg  [l]  ^,  and  Saxena  and  Gandhi  [2].   Westenberg  [s]  has  given  a  brief  description  of  the  major 
methods  used  for  determining  thermal  conductivity  of  gases. 

For  a  quick  and  approximate  estimate  of  the  thermal  conductivity,  relative  methods  have  been  developed. 
Thus,  if  a  constant  heat  flux  is  allowed  to  pass  through  two  plane  parallel  layers  of  two  substances,  temperature 
gradients  are  established  which  are  inversely  proportional  to  the  thermal  conductivities  of  the  two  substances. 
Again  if  the  conductivity  of  one  substance  is  known  that  of  the  other  is  determined  by  measuring  the  thicknesses  of 
the  two  layers  and  temperature  drops  across  them.    Similarly,  in  another  arrangement  a  wheatstone  bridge  is 
formed  with  hot-wire  cells  in  two  adjacent  arms.   In  one  of  the  cells  a  suitable  reference  gas  in  enclosed.  While 
in  the  other  successively  gases  of  known  thermal  conductivity,  to  obtain  a  calibration  graph  of  thermal  conductivity 
versus  the  deflection  of  the  galvanometer  showing  the  imbalance  of  the  bridge.   Actual  determination  of  thermal 
conductivity  then  involves  putting  the  unknown  sample  in  the  cell  and  noting  the  galvanometer  deflection.    The  latter 
is  the  principle  of  a  commercially  available  unit  for  gas  analysis  by  the  name  katharometer.   Accurate  determina- 
tion of  thermal  conductivity  is  not  possible  by  such  relative  methods  for  here  no  account  is  taken  of  those  correc- 
tions which  are  dependent  on  the  nature  of  gas  like  accommodation,  wall  and  convection  effects  etc.    In  the  rest  of 
this  article  we  discuss  only  the  absolute  methods  where  an  accurate  determination  is  theoretically  possible.  Such 
methods  are  mostly  developed  for  steady  state  operation  and  the  ones  considered  here  are:    the  concentric  sphere 
method,  the  parallel  plate  method,  the  coaxial  cylinder  method,  the  hot-wire  method,  the  thermal  diffusion  column 
method,  and  the  line  source  flow  method,  etc.   We  also  mention  the  unsteady  state  methods  amongst  which  the 
shock  tube  and  arc  methods  are  to  be  noted  for  their  unique  appropriateness  at  such  high  temperatures  where  other 
methods  will  fail.    In  each  of  the  methods,  we  describe  only  a  representative  effort  and  their  general  scope  and 
appropriateness  for  the  determination  of  thermal  conductivity  of  gases. 


Figures  In  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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2.    The  Concentric  Sphere  Method 


In  recent  years,  this  method  has  been  developed  by  Sage  and  coworkers.    A  schematic  of  the  apparatus  is 
shown  in  figure  1  and  is  after  Richter  and  Sage  [4].    It  consists  of  a  stainless  steel  pressure  vessel  A  which  is 
immersed  in  a  constant  temperature  bath  B.    The  innermost  sphere  C  is  fitted  with  an  electric  heater  D  and  can 
thus  be  heated  to  any  desired  temperature.    This  sphere  is  surrounded  by  two  carefully  machined  spherical  shells 
E  and  F.    To  determine  the  temperatures  of  the  internal  and  external  surfaces  of  shells  E  and  F  respectively, 
thermocouples  are  installed.    Further,  these  shells  are  pressure-compensated  so  that  the  spacing  between  them 
can  be  determined  as  a  function  of  pressure  and  temperature.    The  shells  are  spaced  by  six  pins  shown  at  G  in  the 
figure.    The  hemispheres  E  and  F  approximate  to  a  spherical  surface  within  a  maximum  deviation  of  0.  00125  cm 
and  an  average  deviation  of  0.  0005  cm.    The  effective  path  length  between  E  and  F  was  determined,  by  filling 
the  space  with  mercury,  as  0.05  cm  at  23°  C. 

The  thermal  conductivity  is  determined  by  measuring  the  temperature  difference  between  the  two  concentric 
spherical  shells  which  enclose  the  test  material,  while  a  known  radial  thermal  flux  passes  between  them.  The 
energy  added  to  the  inner  sphere  C  is  determined  by  conventional  calorimetric  technique  within  an  uncertainty  of 
0.  05  percent.    The  heat  loss  also  occurs  through  pins  G,  and  stem  H  containing  leads  J.    The  pins  are  construc- 
ted of  low  thermal  conductivity  steel  and  at  the  point  of  contact  are  less  than  0.  025  cm  in  diameter.    The  maximum 
energy  loss  through  these  pins  is  0.  0060  of  the  energy  added  to  the  heater  D.    The  thermal  leakage  through  the 
stem  H  is  determined  by  measuring  the  temperature  gradient  in  the  vicinity  of  the  guard  heater  K,  with  a  differ- 
ential thermocouple.    This  loss  is  less  than  0,  0001  of  the  energy  added  to  the  heater. 

Convection  was  found  to  be  present  in  the  apparatus  [4]  even  when  the  product  of  the  Prandtl  and 
Grashof  numbers  is  less  than  1000.   Consequenty  measurements  were  made  at  several  different  temperature 
gradients  and  the  apparent  thermal  conductivity  was  extrapolated  to  zero  temperature  difference  to  obtain  a  value 
free  from  convection  effect. 

The  thermal  radiation  was  determined  by  taking  measurements  on  the  cell  evacuated  to  a  pressure  less 
than  1  micrcKi.    The  combined  magnitude  of  corrections,  conduction  through  pins  and  radiation,  is  about  3  and  15 
percent  at  about  4°  and  200°  C  respectively.    The  results  are  estimated  to  be  accurate  within  a  probable  error  of 
less  than  4  percent,  [5]. 

In  a  later  effort  [6]  the  apparatus  was  slightly  modified.   The  two  spherical  shells  were  eliminated  from 
the  high  pressure  region  and  instead  a  new  inner  sphere  was  placed  in  the  present  outer  shell.    The  two  spherical 
surfaces  were  gold  plated  to  reduce  energy  transport  by  radiation. 


3.    The  Parallel  Plate  Method 

This  method  in  its  simplest  form  employs  a  thin  horizontal  layer  of  gas  enclosed  between  two  perfectly 
plane  surfaces  maintained  at  two  different  temperatures.   The  upper  plate  is  kept  at  a  higher  temperature  to  a- 
void  convection,  and  gxiard  rings  are  used  to  ensure  the  flow  of  heat  as  unidirectional  and  vertically  downward. 
The  radiative  heat  loss  is  carefully  determined  and  then  the  thermal  conductivity  is  calculated  from  the  simple 
Fourier' s  relation.   The  various  attempts  made  so  far  on  an  apparatus  of  this  type  are  alreacfy  reviewed  [l,  2], 
and  here  we  will  briefly  mention  the  elaborate  experimental  arrangement  of  Michels,  Sengers  and  Van  Der  Gulik 
[7]  which  could  be  used  successfully  even  in  the  critical  region  [8,  9]. 

A  vertical  cross  section  of  the  conductivity  cell  is  shown  in  figure  2.    L,  U  and  G  made  of  electrolytic 
copper  are  the  lower  plate,  upper  plate  and  guard  ring  respectively.   Q  is  an  insulation  cap.   The  relevant  sur- 
faces of  the  two  plates  and  G  are  machined  flat  within  a  micron  so  that  gas  layers  as  thin  as  0.  4  mm  couldbeused. 
These  are  also  highly  polished  to  decrease  radiation  and  coated  with  0. 1  micron  thick  layer  of  silicon  oxide  to 
avoid  any  change  in  radiation  constant  with  time.   Both  U  and  L  are  fitted  with  a  platinum  spiral  which  can  be 
used  both  as  resistance  thermometer  as  well  as  heater.    The  guard  ring  G  contains  a  heating  element.   The  tem- 
perature of  the  measurement  is  obtained  from  L,  while  the  temperature  difference  between  U  and  L  is  obtained 
with  a  thermocouple  of  which  the  junctions  1  and  2  are  located  close  to  the  surface  of  the  plates.   The  temperature 
differences  between  U  and  L  varied  from  0.  006°  C  to  0.  4°  C.   The  temperature  difference  between  U  and  G  is 
controlled  by  a  thermocouple  with  a  sensitivity  of  2  x  10"^  °  C.   The  distance  between  upper  and  lower  plates  is 
adjusted  by  three  small  glass  spacers  S,  located  between  the  guard  and  the  lower  plate.   All  possible  precautions 
were  taken  to  reduce  the  number  of  sources  for  convection  at  the  minimum.   The  accuracy  of  the  thermal  conduc- 
tivity is  estimated  to  be  one  percent  [lO]. 


4.   The  Coaxial  Cylinder  Method 

In  the  simplest  form,  one  uses  here  two  coaxial  cylinders  moimted  in  a  perfectly  vertical  position  with  a 
very  small  annular  gap  which  is  filled  with  the  gas.    If  the  thickness  of  the  gas  is  small  compared  to  the  length  of 
the  cylinders,  the  thermal  flow  will  be  fairly  radial  and  Fourier' s  law  will  control  the  heat  conducted. 

Keyes  and  Sandell  [ll]  employed  two  concentric  cylinders  of  silver  with  an  annulus  of  about  0.  6  mm.  A 
schematic  of  their  apparatus  is  shown  in  figure  3.   The  inner  cylinder  or  emitter  carries  an  axial  heater  wire. 
The  bottom  end  of  the  cell  is  closed  with  a  silver  piece  adjustable  In  its  distance  from  the  cylinders  and  this  dis- 
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tance  is  kept  the  same  as  the  gap  between  the  cylinders.    A  small  correction  due  to  the  additional  flow  of  heat  from 
the  corners  of  the  bottom  disc  of  the  emitter  is  applied.    At  the  top  end  there  is  a  heat  guard  to  intercept  the  flow  of 
heat  from  or  to  the  emitter.    This  is  accomplished  by  maintaining  the  guard  at  the  same  temperature  as  the  emitter. 
This  arrangement  also  ensures  that  there  is  no  heat  loss  or  gain  from  the  emitter  through  the  heater  and  thermo- 
couple leads.    The  heat  lost  by  radiation  from  the  emitter  surface,  conducted  away  by  the  centering  supports  etc. 
are  evaluated  by  taking  measurements  on  the  cell  while  it  is  under  vacuum.   Rothman  and  Bromley  [l2]  further  im- 
proved the  basic  design  of  such  a  cell  to  be  appropriate  for  measurements  up  to  800°  C.    Glassman  and  Bonilla  [l3], 
in  an  endeavor  to  avoid  the  uncertainty  in  the  measurements  because  of  radiation  and  its  increasing  magnitude  with 
increase  in  temperature,  employed  a  nonabsorbent  and  nonradiative  cylinder  of  fused  silica,  and  cooling  air 
stream. 

5.    The  Hot-Wire  Method 

Broadly  speaking  in  this  method  a  metal  wire  is  placed  axially  in  a  metal  or  glass  cylinder.   The  wire  acts 
both  as  a  heater  as  well  as  a  thermometer.    The  test  gas  is  filled  in  the  cylinder  and  the  whole  assembly  is  im- 
mersed in  a  thermostat,  or  a  cryostat  or  furnace  as  the  case  may  be.    For  the  computation  of  thermal  conductivity 
all  one  needs  to  know  is  the  change  in  resistance  of  the  axial  wire  when  a  certain  current  is  passed,  which  heats  the 
wire,  in  the  presence  of  a  gas  over  its  value  at  zero  current.   In  practically  all  types  of  hot-wire  cells,  the  unde- 
sirable convection,  radiation,  end  conduction  and  temperature  discontinuity  effects  are  present  in  varying  propor- 
tions.   The  temperature  discontinuity  and  convection  effects  are  brought  to  minimum  by  careful  design  and  installa- 
tion of  the  cell,  and  operating  at  a  proper  pressure.   In  the  thick -wire  variety  of  the  hot-wire  cell  the  end  conduction 
is  corrected  by  using  a  thick  wire  which  is  soldered  at  the  two  ends  in  the  closing  caps  of  the  cell.   This  provides  a 
well  defined  boundary  condition  with  the  result  that  an  adequate  theoretical  formulation  of  the  heat  flow  becomes 
possible.   In  the  thin  wire  variant  on  the  other  hand  two  thin  potential  leads  are  used  and  these  directly  measure  the 
potential  drop  across  a  central  portion  of  the  wire  where  the  temperature  is  supposedly  uniform.    In  a  third  type  of 
arrangement  one  uses  two  identical  cells  differing  only  in  length  and  these  are  connected  across  the  two  adjacent 
arms  of  a  bridge.   The  measurements  under  these  conditions  refer  to  the  small  central  portion  of  the  longer  cell 
whose  length  is  equal  to  the  difference  of  the  lengths  of  two  individual  cells.    The  radiation  correction  is  estimated 
either  theoretically  on  the  basis  of  Stefan-Boltzmann  law  or  by  taking  differential  measurements  with  and  without 
gas.   A  small  wall  effect  correction  arising  because  of  the  finite  thickness  of  the  cell  wall  is  not  only  small  but  is 
also  calculable  with  good  accuracy. 

The  thin-wire  conductivity  cell  of  Taylor  and  Johnston  [l4]  is  shown  in  figure  4  and  that  of  the  thick-wire 
type  of  Kannuluik  and  Martin  [l5]  in  figure  5.   The  latter  variant  has  been  extensively  used  in  recent  years  [l6, 
17]. 

It  may  be  pointed  out  that  the  spherical  arrangement  was  introduced  to  avoid  thermal  leakage  around  the 
perijiieries  of  plane  surfaces  or  at  the  ends  of  the  cylindrical  section  [4].    It  is  felt  that  a  spherical  heater  produc- 
ing uniform  heat  flux  is  difficult  to  fabricate.    Furthermore  the  influence  of  eccentricity  on  the  accuracy  of  the 
measurements  is  only  a  function  of  the  eccentricity  itself  and  not  of  the  direction  of  eccentricity  [l8].   In  the  cyl- 
indrical arrangement,  on  the  other  hand  it  is  possible  to  tolerate  some  variation  in  the  thickness  of  the  gas  layer  at 
the  ends  when  the  axial  adjustment  is  correctly  made.    This  is  because  the  heat-transfer  areas  at  the  ends  are 
small  compared  with  that  of  the  annulus.   It  has  also  been  foujid  [7]  that  adequate  operation  is  possible  in  the  paral- 
lel plate  method  when  a  small  angle  exists  between  the  vertical  and  temperature  gradient.   The  cylindrical  geometry 
does  not  permit  that.   To  get  around  such  problems  Leidenfrost  [is]  employed  a  cell  with  a  vertical  cylinder  and 
hemispherical  ends  within  a  similar  cavity. 


6.    The  Thermal  Diffusion  Column  Method 

Blais  and  Mann  [19]  introduced  a  hot-wire  type  of  thermal  diffusion  column  to  determine  thermal  conduc- 
tivity at  relatively  higher  temperatures.   Timrot  and  Umanskii  [20]  have  also  employed  this  method.   Saxena  and 
coworkers  have  also  used  this  technique  and  some  of  their  preliminary  results  are  available  [21,  22].   In  figures 
6  and  7  are  shown  the  column  designs  used  by  Timrot  and  Umanskii  [20],  and  Saxena  and  coworkers  [21,  22] 
respectively.   The  thermal  conductivity  is  determined  from  the  temperature  dependence  of  the  amount  of  heat  trans- 
mitted by  the  gas.   The  maximum  temperature  of  measurement  is  limited  by  the  thermal  stability  of  the  wire  used 
in  the  column.   The  method  is  remarkably  successful  and  notably  simple  for  conductivity  measurements  up  to  about 
3000°  K. 


7.   The  Line  Source  Flow  Method 

This  technique  introduced  and  described  in  detail  by  Westenberg  and  deHaas  [23]  uses  a  line  source  of 
heat  stretched  across  the  jet  exit  of  the  test  gas  imder  laminar  flow.    The  former  is  obtained  by  a  fine  electrically 
heated  wire  and  the  latter  by  a  furnace  and  a  series  of  precision  screens.   The  passing  gas  stream  gets  heated  and 
the  temperature  at  any  point  down  stream  rises  above  its  free  stream  value.   By  measuring  the  transverse  or  axial 
or  both  decay  temperature  profiles  down  stream  the  thermal  conductivity  of  the  gas  can  be  calculated.   The  method 
is  an  absolute  one  and  is  used  in  the  temperature  range  300-1200°  K.   The  precision  here  is  not  as  high  as  of  the 
other  static  methods  and  its  accuracy  is  estimated  at  2-3  percent. 
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8.   The  Plasma  or  Arc  Method 


The  thermal  conductivity  of  nitrogen  in  a  well  stabilized  cylindrical  arc  of  5  mm  diameter  and  100  ampere 
current  intensity  is  determined  in  the  temperature  range  from  6000  to  13000°  K  by  Burhorn  [24].  For  such  a  free 
burning  arc  the  energy  loss  by  radiation  can  be  neglected  in  comparison  to  that  by  conduction.  Further,  for  such  a 
stationary  arc  at  atmospheric  pressure,  assuming  that  the  plasma  radiation  is  negligible,  the  mathematical  repre- 
sentation becomes  simple.  The  electrical  energy  supplied  to  a  volume  element  is  completely  withdrawn  by  conduc- 
tion.   The  experimental  arrangement  is  shown  in  figure  8. 

The  arc  burns  between  the  4  mm  thick  tungsten  cathode  and  the  water  cooled  copper  anode  through  a  5  mm 
diameter  cylindrical  opening  along  the  axis  of  a  cascade  of  ten  copper  plates.   The  cascade  plates  have  an  outer 
diameter  of  5.  0  cm  and  a  thickness  of  8  mm.   The  distance  between  the  plates  is  1  mm.   Each  plate  is  provided 
with  a  channel  for  water  cooling,  all  are  insulated  from  each  other.   A  quartz  window,  5  mm  in  diameter,  is  pro- 
vided for  observations.    The  arc  is  ignited  by  the  application  of  voltage  when  the  anode  and  cathode  are  connected  by 
a  thin  wire.   This  arrangement  is  immersed  into  a  tank  which  is  slowly  purged  by  pure  nitrogen. 

The  light  leaving  the  longitudinal  slit  in  a  quartz  window  is  focused  by  an  objective  on  the  spectrograph  slit 
and  diffracted  by  a  plane  grating  of  high  dispersion.   A  rotating  sector  in  front  of  the  slit  permits  quantitative  re- 
duction of  the  light.    The  absolute  intensity  of  radiation  of  the  arc  crater  is  determined  by  equalizing  the  arc  and 
light  source.   A  careful  experimentation  and  analysis  enables  the  determination  of  the  temperature  distribution  a- 
long  the  arc  radius  and  other  necessary  quantities.    The  success  of  this  method  can  be  gauged  by  the  fact  that  this  is 
the  highest  temperature  where  thermal  conductivity  measurements  are  made  so  far. 

Wienecke  [25]  has  measured  the  total  thermal  conductivity  for  the  plasma  of  a  high -current  carbon  arc  in 
the  temperature  range  from  4000°  to  10,  000°  K.   This  is  achieved  by  observing  the  cooling  trend  of  a  currentless 
plasma.   The  input  of  the  electrical  energy  is  then  absent  as  also  the  flow  which  is  coupled  with  the  arc  current. 


9.   The  Shock  Tube  Method 

An  unsteady  state  method,  useful  for  the  measurement  of  thermal  conductivity  at  high  temperatures,  using 
a  shock  tube  is  described  by  Smiley  [26]  and  since  then  has  been  used  by  a  number  of  other  workers  [27-30]  up  to 
temperatures  as  high  as  8600°  K.   The  principle  of  operation  is  simple.  When  the  diaphragm  separating  the  high 
pressure  and  low  pressure  chambers  of  a  shock  tube  is  broken,  the  high  pressure  gas  drives  a  Shockwave.   At  the 
end  wall  of  the  tube  the  shock  wave  is  reflected  back  through  the  hot  gas.   The  temperature  rise  of  the  end  plate, 
which  forms  the  boundary  of  the  shock  tube,  is  measured  as  a  function  of  time.    This  information  enables  the  de- 
termination of  the  constants  occurring  in  the  assumed  temperature  variation  of  thermal  conductivity.   The  biggest 
advantage  of  the  technique  consists  in  that  no  corrections  for  convection  and  radiation  are  needed. 


10.   Some  Other  Methods 

A  mention  may  be  made  of  some  other  methods  which  have  been  used  for  the  measurement  of  thermal 
conductivity  of  gases.    Peterson  and  Bonilla  [31]  suggested  an  unsteady  state  frequency  response  technique  in  which 
the  wire  of  the  hot-wire  cell  is  heated  by  an  alternating  current.   This  results  in  the  generation  of  the  third  har- 
monic of  the  fundamental  heating  frequency  and  whose  magnitude  depends  on  the  conductivity  of  the  gas.   A  dilato- 
metric  method  is  developed  by  Timrot  and  Totskii  [32]  for  the  measurement  of  thermal  conductivity  of  corrosive 
gases.   In  principle,  it  is  similar  to  the  coaxial  cylinder  method  except  now  the  temperature  drop  in  the  gaseous 
layer  is  measured  in  terms  of  the  thermal  expansion  of  the  walls  enclosing  the  layer  and  the  end  effects  are  elimi- 
nated by  inserting  the  heater  to  various  depths. 

Methods  of  somewhat  limited  applicability  have  been  proposed  by  Lindsay  and  Bromley  [33];  Robin, 
Dewasnes  and  Mabboux  [34],  and  Evans  and  Kenney  [35].   As  these  cannot  be  used  to  determine  the  absolute  values 
of  thermal  conductivity  over  an  extended  range  of  variables,  we  will  defer  any  discussion  on  them. 

Eckert  and  Irvine  [36]  determined  directly  the  Prandtl  number  and  hence  thermal  conductivity  by  measur- 
ing the  subsonic  temperature  recovery  factor.    This  is  of  course  an  indirect  method. 

11.  Conclusions 

We  have  mentioned  above  the  various  popular  methods  used  so  far  for  measuring  thermal  conductivity  of 
gases.   A  critical  assessment  is  possible  cm  this  basis  and  with  the  knowledge  of  the  opinions  of  a  large  number  of 
workers  who  have  used  the  individual  methods.   The  latter  part  is  not  given  any  space  in  the  present  article  but 
with  that  also  in  mind  we  suggest  here  some  general  conclusions  for  the  adoption  of  a  technique  for  a  set  of 
measurements.   These  are: 

(a)  At  temperatures  not  too  far  from  room  and  for  pressures  around  one  atmosphere  many  techniques  seem  to  be 
almost  equally  good  and  the  choice  is  more  or  less  a  personal  preference. 

(b)  For  temperatures  up  to  1000°  C  and  up  to  one  atmosphere  operation,  the  hot-wire  method  seems  simple,  quick 
and  accurate.   This  recommendation  is  also  valid  for  low  temperatures. 
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(c)  For  temperatures  beyond  1000°  C  and  up  to  about  2500°  C,  the  thermal  diffusion  colunm  method  is  unique  as 
long  as  the  pressure  is  below  one  atmosphere. 

(d)  For  operation  at  high  pressures,  the  parallel  plate  and  coaxial  cylinder  methods  are  the  probable  choices  with  a 
preference  for  the  former. 

(e)  Shock  tube  and  arc  methods  will  have  to  be  developed  for  measurements  at  still  higher  temperatures. 

(f )  It  is  just  too  unfortunate  that  only  one  method  will  not  enable  all  ranges  to  be  covered. 
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Figure  1.    The  concentric  sphere  type 
conductivity  cell,  reference     [aJ  . 
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Figure  4.     The  thin  hot-wire  conduc- 
tivity cell,  reference     [14]  , 


Figure  5,,    The  thick,  hot-wire  conduc- 
tivity cell.    W,  platinum  wire;  T, 
Pt-Ir  tube;  C,  current  lead;  P, 
potential  lead;  S,  seal.  Diameter 
of  the  wire  0.1465  cm,  mean  internal 
diameter  of  the  tube  0.7169  cm, 
reference    [is]  . 


0.072  in. 
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Figure  6.     The  experimental  tube.     1,  Glass 
cylinder  with  cooling  jacket;  2,  ground  cap 
with  electrical  leads;  3,  frame;  4,  chamber 
for  heating  sodium;  5,  joint  carrying  electrical 
leads;  6,  spring  for  stretching  the  wire;  7, 
measuring  wire  with  potential  contacts, 
reference  \zo\ 


+  500  V 


Figure  7.    The  conductivity  columns 
J,  glass  tube  with  jacket; 
W,  platimun  wire;  L,  weight; 
M,  mercury;  PL,  potential  lead; 
CL,  current  lead;  H-^  and  M 
manometers ,  reference  |2l] 
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Figure  8.    The  schematic  of  the  ar 
method,  reference  [24]  . 
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Thermal  Conductivity  of  Gases: 
Hydrocarbons  at  Normal  Pressures 


Dipak  Roy  and 

Northwestern 
Evanston , 


George  Thodos 

University 
Illinois 


Thermal  conductivity  measurements  for  hydrocarbons,  obtained  from  a  compre- 

1/2 

hensive  literature  search,  were  used  to  produce  the  product  k*X ,  where  A.  =  M 
T^^^/P^^'^.     This  product  represents  the  composite  contribution  due  to  the  trans- 
lation, rotational,  and  vibrational  motions  associated  with  the  mechanics  of  a 
polyatomic  molecule.     For  monatomic  gases,  which  possess  only  trans lational 
motion,  k*X  is  identical  to  (k*\)j-,  the  translational  contribution  of  these 
hydrocarbons.     This  approach  permitted  the  establishment  of  the  composite  con- 
tribution due  to  rotation  and  vibration,  X  =  (k-^,)]-  +  (k*X)^  as  the  difference, 
k*\  -  (k*\)t  . 

The  ratio  X/XTj^  =  1.00  when  plotted  against        produced  a  unique  relation- 
ship for  the  saturated  aliphatic  hydrocarbons,  except  for  methane.     The  olefins, 
acetylenes,  naphthens,  and  aromatics  produced  their  specific  X/Kj^  =  1.00  versus 

Tr  relationships.     Group  contributions,  developed  in  this  study,  permit  the 
establishment  of  ^T-^  =  1.00  to  be  used  for  obtaining  X  at  other  temperatures. 

When  the  translational  contribution,  (k*X)(.  is  added  to  X  =  (k''9i)r      (k*A.)-y,  the 
product  k*\  is  obtained  for  the  hydrocarbons.     Using  this  approach,  thermal  con- 
ductivities have  been  calculated  for  27  hydrocarbons  of  all  types  and  have  been 
compared  with  experimental  measurements  to  produce  an  average  deviation  of  2.17o 
for  109  points. 
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The  Thermal  Conductivity  of 
46  Gases  at  Atmospheric  Pressure 


P.  E.  Liley 

Thermophysical  Properties  Research  Center 
Purdue  University 
2595  Yeager  Road 
West  Lafayette,  Indiana  47906 


Available  information  on  the  thermal  conductivity  of  46  gases  at  atmospheric  pressure 
is  reviewed  and  most  probable  values  recommended.    Departure  plots  are  given  for  sixteen 
substances  of  wide  interest  showing  the  accord  between  the  different  information  and  the  re- 
commended values.    255  references  are  cited.    Some  brief  comments  are  made  on  the  state 
of  the  art  and  on  additional  information  sources,  partly  contained  in  9  additional  references. 

Specifically,  the  substances  considered  are  acetone,  acetylene,  air,  ammonia,  argon, 
benzene,  boron  trifluoride,  bromine,  n-butane,  carbon  dioxide,  carbon  monoxide,  carbon 
tetrachloride,  chlorine,  deuterium,  ethane,  ethyl  alcohol,  ethyl  ether,  ethylene,  fluorine, 
Freon-11,  Freon-12,  Freon-13,  Freon-21,  Freon-22,  Freon-113,  helium,  heptane,  hexane, 
hydrogen,  hydrogen  chloride,  iso-butane,  krypton,  methane,  methyl  alcohol,  methyl  chloride, 
neon,  nitric  oxide,  nitrogen,  nitrogen  peroxide ,  nitrous  oxide,  oxygen,  pentane,  propane, 
sulfur  dioxide,  toluene,  and  xenon. 


Keywords:  Conductivity,  thermal  conductivity,  gases,  atmospheric  pressure, 
recommended  values. 
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Calculation  of  Total  Thermal  Conductivity  of  Ionized  Gases 


Warren  F.  Ahtye"*" 

Vehicle  Environment  Division 
Ames  Research  Center,  NASA 
Moffett  Field,  California  9*1-035 


The  suitahility  of  the  Boltzmann  equation  for  calculating  transport  coefficients 
of  partially  ionized  gases  is  discussed.    Analytical  and  experimental  investigations 
are  cited  to  show  that  it  can  "be  used  as  a  starting  point  to  calculate  the  total 
thermal  conductivity.    The  Chapman -Enskog  solution  of  the  Boltzmatnn  equation  is  used 
to  derive  an  expression  for  the  total  thermal  conductivity,  composed  of  three  parts  - 
the  translational,  reactive,  and  thermal  diffusive  components.    The  reactive  and 
thermal  diffusive  components  are  explicitly  expressed  in  terms  of  the  raulticomponent 
and  thermal  diffusion  coefficients.    Effects  of  higher  order  Sonine  expansion  terms 
are  examined  for  the  various  transport  coefficients.    The  first  three  orders  of  the 
Sonine  expansion  terms  are  required  for  the  accurate  calculation  of  the  translational 
thermal  conductivity,  whereas  only  the  first  two  orders  are  sufficient  for  the  cal- 
culation of  the  raulticomponent  and  thermal  diffusion  coefficients.    These  diffusion 
coefficients  are  then  used  to  calculate  the  reactive  and  thermal  diffusive  components 
of  the  total  theiTiial  conductivity  of  hydrogen,  nitrogen,  ajid  argon  at  conditions 
where  the  reactive  component  is  at  a  maximum.    These  values  of  the  reactive  conductiv- 
ity are  examined  to  determine  the  relative  importance  of  mult i component  and  thermal 
diffusion.    The  predominant  mechanism  for  hydrogen  is  the  binary  diffusion  of  atoms 
and  ions,  although  the  effects  of  thermal  diffusion  of  electrons  is  also  important. 
Thermal  diffusion  becomes  more  dominant  as  the  molecular  weight  of  the  atom  increases. 
In  fact,  the  mult i component  diffusive  effects  for  argon  cancel,  and  the  reactive 
thermal  conductivity  can  be  attributed  almost  entirely  to  the  thermal  diffusion  of 
electrons . 


Key  Words:  Boltzmann  equation,  Chapman-Enskog  formulation,  ionized  gases, 
raulticomponent  diffusion,  thermal  conductivity,  thermal  diffusion. 


1.  Introduction 

An  object  traveling  through  an  atmosphere  has  part  of  its  kinetic  energy  converted  into  thermal 
excitation  of  the  surrounding  flow  field  gas  molecules.    When  the  speed  is  sufficiently  high,  the  gas 
decomposes  into  a  complex  mixture  of  molecules,  atoms,  ions,  and  electrons.    The  total  thermal  conductiv- 
ity of  this  gas  must  be  known  in  order  to  determine  the  heat  flux  into  the  surface  of  the  object.     In  the 
calculation  of  the  thermal  conductivity  of  this  ionized  gas,  one  would  ask  the  following  questions. 
First,  does  the  presence  of  charged  particles  introduce  phenomena  which  affect  the  thermal  conductivity? 
Second,  is  the  theory  which  is  used  for  neutral  gases  sufficiently  general  to  account  for  these  phenomena? 
This  paper  will  describe  some  of  the  analytical  and  experimental  work  done  in  the  past  few  years  to 
resolve  these  two  questions. 

The  greatest  difference  between  an  ionized  gas  and  a  neutral  gas  lies  in  the  range  of  intermolecular 
forces.    For  example,  the  effective  range  of  the  force  between  two  neutral  particles  or  a  charged  parti- 
cle and  a  neutral  particle  is  orders  of  magnitude  smaller  than  the  average  intennolecular  spacing.  These 
effective  ranges  are  in  accord  with  the  basic  assumption  that  particle  collisions  in  the  gas  are  binary  - 
a  necessary  condition  for  the  validity  of  the  Boltzmann  equation  governing  the  transport  coefficients  of 
neutral  gases.    In  contrast,  the  effective  range  of  the  intennolecular  forces  between  two  charged  parti- 
cles is  usually  greater  than  the  average  intermolecular  spacing.    At  first  appearance,  this  suggests 
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that  the  Boltzmann  equation  is  not  valid  for  gases  with  an  appreciable  degree  of  ionization^.    This  situ- 
ation prompted  Spitzer  and  his  coworkers  [l  and  2]^  to  derive  a  theory  which  describes  transport  phenom- 
ena ( specifically  electrical  and  thermal  conductivity)  of  an  electron  gas  where  the  interactions  are 
attributed  to  many  long-range  simultaneous  but  independent  Coulombic  interactions.    The  collision  term  in 
the  Boltzmann  equation  was  replaced  by  the  Fokker-Planck  expression  which  describes  these  simultaneous 
interactions.    Recently  Gross  [3]}  Grad  Koga  [5]>  and  others  re-examined  the  mathematical  implica- 

tions of  the  Boltzmann  and  Fokker-Planck  equations  and  concluded  that  the  Boltzmann  equation  was  valid 
for  ionized  gases  after  all.     Grad  stated  that 

".  .  .The  critical  point  here  is  that,  although  the  two  physical  pictures  are  entirely  dif- 
ferent, their  mathematical  descriptions  are  identicali    The  net  effect  of  many  successive  inde- 
pendent small  impulses  is  the  same  as  many  simultaneous  independent  small  impulses,  provided 
only  that  the  means  and  variances  of  the  two  impulse  distributions  are  the  same  (actually,  the 
entire  probability  distributions  were  taken  to  be  the  same).    Thus  we  conclude,  without  setting 
pencil  to  paper,  that  the  Fokker-Planck  equation,  which  is  an  immediate  consequence  of  the 
simultaneous  grazing  impulse  model,  must  yield  results  identical  with  those  obtained  from  the 
Boltzmann  equation,  provided  that  an  appropriate  grazing  collisions  approximation  is  made  and 
the  same  cut-off  is  used  in  the  latter  computation." 

The  equivalence  between  the  Boltzmann  and  Fokker-Planck  equation  for  the  case  of  a  fully  ionized  gas  was 
further  demonstrated  by  the  excellent  agreement  of  the  two  sets  of  values  of  transport  coefficients  based 
on  these  equations  [2] . 

A  more  rigorous  theory  for  fully  ionized  gases  can  be  derived  from  Bogolyubov-Born-Green-Kirkwood- 
Yvon  hierarchy  of  equations  [6]  which  account  for  simultaneous  but  dependent  interactions  (i.e.  many 
particle  correlations).    An  analysis  by  Sundaresan  and  Wu  [7]  has  shown  that  the  thermal  conductivity 
from  the  B-B-G-K-Y  approach  is  almost  identical  to  that  for  the  Fokker-Planck  approach.  ; 

The  accuracy  of  the  Boltzmann  equation  was  demonstrated  in  two  recent  experiments  by  Emmons  [8]  and 
Morris  [9].    The  goal  of  .their  experiments  was  the  measurement  of  the  electrical  and  thermal  conductivity 
of  partially  ionized  gases.    Although  the  thermal  conductivity  could  not  be  measured  accurately  at  large 
degrees  of  ionization  because  of  the  masking  effects  of  thenml  radiation,  the  electrical  conductivity 
was  measured.    In  figures  1  and  2  the  experimental  values  of  the  electrical  conductivity  are  compared 
with  values  based  on  the  Boltzmann  equation  (second-order  Chapman -Enskog  formulation).    It  can  be  seen 
that  the  agreement  is  fairly  good  over  the  entire^range  of  temperatures  (degree  of  ionization  ranging 
from  1  percent  at  9000°K  to  100  percent  at  22,000  k) .    Since  the  predominant  cross  section  for  the  elec- 
trical conductivity  is  the  well -verified  Coulombic  cross  section,  the  agreement  shown  in  figures  1  and  2 
is  a  good  indication  of  the  validity  of  the  Chapman-Enskog  formulation  of  the  Boltzmann  equation  for  all 
degrees  of  ionization.    Unfortunately,  this  is  no  guarantee  that  the  values  of  the  thermal  conductivity 
can  be  accurately  predicted  at  these  high  degrees  of  ionization  since  the  predominant  cross  sections 
(e.g.  atom-ion  elastic  and  charge -exchange  cross  sections)  are  not  known  accurately,  and  since  there  are 
different  types  of  diffusional  effects  present  in  thermal  conduction.    This  means  that  measurements  of 
thermal  conductivity  are  still  necessary. 


2.    Derivation  of  Total  Thermal  Conductivity 

The  analytical  and  experimental  work  described  in  the  previous  section  Indicate  that  the  Boltzmann 
equation  can  be  used  as  a  starting  point  to  calculate  the  total  thermal  conductivity.    The  approach 
described  in  this  paper  is  the  same  as  the  Chapman-Enskog  fonmilation  applied  to  the  case  of  neutral 
monatomic  gas  mixtures  by  Hirschf elder,  Curtiss,  and  Bird  [lO]  and  will  be  examined  to  determine  its 
suitability  for  a  partially  ionized  gas.    Besides  the  difference  in  the  range  of  intermolecular  forces  a 
partially  ionized  gas  differs  from  a  neutral  gas  in  two  other  respects.    First,  a  charge  separation  field 
arises  because  of  local  differences  in  the  ion  and  electron  concentrations,  and  second,  the  ratio  of  the 
mass  of  the  heaviest  particle  to  that  of  the  lightest  particle  increases  by  at  least  three  orders  of  mag- 
nitude due  to  the  presence  of  free  electrons.    A  great  amount  of  foresight  was  used  in  the  derivation  of 
the  complete  Chapman-Enskog  formulation,  for  there  exist  terms  which  account  for  these  two  differences. 
In  principle  the  charge  separation  field  can  be  calculated  since  a  macroscopic  force  term  is  included  in 
the  Chapman-Enskog  formulation.    The  much  larger  mass  ratio  in  partially  ionized  gases  is  not  really  a 
fundamental  difference,  but  it  does  mean  a  re-evaluation  of  certain  computational  simplifications  which 
were  carried  over  from  the  calculation  of  the  thermal  conductivity  of  neutral  gas  mixtures.    For  example, 
it  has  been  customary  to  discard  certain  Sonine  expansion  terms  in  the  translational  thermal  conductivity 
and  the  raulticomponent  diffusion  coefficients,  and  to  omit  effects  of  thermal  diffusion  on  the  total 
thermal  conductivity  [lO] .    An  examination  of  thermal  diffusive  effects  does  show  that  the  effects  are 
small  for  neutral  gas  mixtures,  but  it  also  shows  that  the  effects  become  increasingly  important  as  the 


^The  Boltzmann  approach  is  presently  the  only  one  available  for  the  calculation  of  transport  coef- 
ficient of  partially  ionized  gases,  although  many  competing  approaches  are  available  for  fully  ionized 
gases. 

^Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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ratio  mtieavy/'^liglit  increases.  Consequently,  the  author  [ll  and  12]  showed  that  it  was  necessary  to 
Include  the  discarded  Sonine  expansion  temis  and  to  include  themial  diffusive  effects.  The  results  of 
these  calculations  will  he  described  in  the  next  section. 

The  calculation  of  the  total  thermal  conductivity  is  hased  on  the  expression  for  the  heat  flux 
vector 


q  =  y  n.h.V.  -       ^  -  nkT    )  -i-       d.  , 


(1) 


rri 

where    Di    is  the  thennal  diffusion  coefficient,  and    hi    is  the  total  enthalpy  of  a  particle  of 

species     i.    The  quantity    At    is  the  thermal  conductivity  of  a  spatially  homogeneous  gas  mixture  without 

concentration  gradients.    The  diffusion  velocity,  V^,  is  defined  as 


J  iJ-J      n^m^T  i 
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where  Ti±j  is  the  mult i component  diffusion  coefficient  and  the  "forcing  potential"  for  a  partially 
ionized  gas  in  the  absence  of  pressure  gradients  is  defined  as 


^i  _  i^i^  /  p 
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where  is  the  charge,  Z±e,  for  a  particle  of  species     i,  and         is  the  electric  field  generated  by  a 

difference  in  ion  and  electron  concentrations.    Equation  (3)  differs  from  the  expression  for    4i    in  [lO] 
in  that    ZieEg    describes  an  internal  macroscopic  force  whereas  the  corresponding  quantity  in  [lO] 
describes  an  external  macroscopic  force.    However,  the  conceptual  difference  is  only  apparent  as  Eg 
always  stems  from  an  external  energy  source  (e.g.  heating  coils).    Assime  that  this  energy  is  imposed  on 
the  system  such  that  the  average  temperature  is  high  enough  to  ionize  the  gas,  but  the  ten^ierature  gra- 
dient is  small  enough  to  justify  linearization  procedures.    The  temperature  gradient  induces  concentration 
gradients,  Sxi/Sr,  and  a  charge  separation  field.  Eg.     If  it  is  assumed  that  both    Sxi/^  and  Eg  are 
proportional  to  the  temperature  gradient,  it  can  be  seen  from  eqs  (2)  and  (3)  that    Vi  and  dj^    are  also 
proportional  to  the  temperature  gradient.    The  heat  flux  vector  can  then  be  expressed  as 

q  =  -(A,  .  A,  .  A,)  I  =  -A^^^^^  I  ik) 

The  reactive  component  of  the  thermal  conductivity,  A^,  derives  its  name  because  of  the  addition  of  the 
reaction  energy  to  the  enthalpy  of  the  individual  species  [13]«    This  mode  of  heat  transfer  can  be 
described  in  terms  of  a  diffusion  cycle.     In  the  higher  temperature  region  the  concentration  of  ions  and 
electrons  are  larger  than  in  the  lower  tenrperature  region,  forcing  the  charged  particles  to  diffuse 
toward  the  lower  temperature  region.    In  this  region,  the  ion  recombines  with  an  electron,  thereby 
releasing  the  ionization  energy  (i.e.  transport  of  energy).    The  cycle  is  completed  when  the  atom  is 
forced  by  the  atomic  concentration  gradient  to  diffuse  toward  the  higher  temperature  region  where  the 
ionization  process  occurs.    The  translation  component,  A^j  is  the  conductivity  of  a  spatially  homogeneous 
gas  mixture  without  concentration  gradients,  and  is  the  only  component  explained  by  simple  kinetic  theory 
[lO],    For  obvious  reasons,  the  third  component  of  the  thermal  conductivity,  'K^,  is  called  the  thermal 
diffusive  component.    Unfortunately,  no  simple  physical  picture  can  describe  this  mode  of  heat  transport. 

The  calculation  of    A^    is  straightforward  and  is  described  by  Hirschf elder,  Curtiss,  and  Bird  [lO]. 
Before  numerical  values  for    A^^  and         can  be  calculated  it  is  necessary  to  obtain  values  for  the  con- 
centration gradient  of  each  species  and  the  charge  separation  field,  all  in  terms  of  the  tenrperature 
gradient.    The  simplest  case  which  can  be  examined  is  that  for  a  gas  undergoing  the  reaction    A  -►  I  +  e 
(i.e.  a  ternary  mixture  of  atoms.  A,  ions,  I,  and  electrons,  e).    The  solution  of  the  problem  can  be 
expressed  in  terms  of  four  dependent  variables  -  the  concentration  gradients  for  the  atom,  ion,  and 
electron,  and  the  charge  separation  field,  all  expressed  in  terms  of  the  temperature  gradient.  However, 
there  are  only  three  independent  equations  relating  these  four  quantities.    Two  of  these  equations  are 
statements  of  the  flxa.  conservation  of  elemental  particles  as  formulated  by  Butler  and  Brokaw  [13] •  Por 
the  ternary  mixture  the  elemental  particles  are  defined  as  a  singly  charged  ion  and  an  electron.  Then 
flux  conservation  requires  that  the  diffusion  velocities  be  related  as  follows*: 


*More  explicit  forms  of  (5)  and  (6),  where  is  expressed  in  terms  of    d^,  was  used  in  the 

calculation  of  [ih] . 
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(5) 


(6) 


The  third  equation  can  be  derived  from  the  expression  for  the  equilibrium  constant. 
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where  the  aj_'s  axe  the  stoichiometric  coefficients  for  the  reaction  (a^  =  -1,  aj  =1,  ag  =  l) .  Combina- 
tion of  the  gradient  of  eq  ( 7)  vith  explicit  expressions  for  the  charge  separation  force  results  in 
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The  author  [12]  discussed  the  difficulties  In  solving  eqs  (5),  (6),  and  (8)  for    Sx-l/St  and  E^,  but  could 
not  offer  a  solution.     Subsequently,  Meador  and  Staton  [15]  circumvented  the  problem  of  too  many  vari- 
ables by  assuming  that  the  concentration  gradient  of  the  ion  was  equal  to  that  for  the  electron.  They 
justified  this  assumption  by  combining  concepts  from  electrostatics  and  plasma  physics  with  expressions 
from  non-equilibrium  thermodynamics,  then  using  order  of  approximation  arguments.    The  accuracy  of  this 
approach  will  be  discussed  later.    Meador  and  Staton  used  the  equality  of    Sxj/Sr  and  Sxg/^r    in  eqs  (5)^ 
(6),  and  (8)  to  solve  for    Sx^^/^  and  Eg.    Their  expression  for  the  reactive  component  of  the  thermal 
conductivity  is 


S  In 


(9) 


which  is  identical  to  the  Butler  and  Brokaw  expression  for  dissociating  gases  [13]  if  it  is  assumed  that 
the  mult i component  diffusion  coefficient    D/^j    can  be  approximated  by  the  binary  diffusion  coefficient 
jS^jo    This  equation  has  several  implications:     (l)  The  reactive  component  is  completely  dominated  by  the 
binary  diffusion  between  the  ion  and  atom,  (2)  The  reactive  component  is  independent  of  the  motion  of  the 
electron,  and  (3)  The  reactive  component  is  not  affected  by  thermal  diffusive  effects. 

In  a  subsequent  paper  [l^i-]  the  author  also  derived  an  expression  for  the  total  thermal  conductivity. 
In  contrast  to  the  Meador  and  Staton  work,  it  was  not  necessary  in  [l^]  to  rely  on  any  subsidiary  assump- 
tions, and  the  derivation  was  exact  within  the  framework  of  the  Chapman -Enskog  formulation.    The  crux  of 
this  approach  is  not  to  separate  the  forcing  potential,  dj_,  of  eq  (3)  into    Bxi/Sr  and  Eg  components, 
but  to  solve  for    d^    directly  by  making  use  of  the  conservation  of  the  net  flux  for  each  elemental  par- 
ticle.   Physically,  this  means  that  regardless  of  the  value  of  the  charge  separation  field,  the  concen- 
tration gradients  will  readjust  themselves  so  that  the  net  flux  is  conserved  (eqs  (5)  and  (6)). 
Therefore,  the  combined  effects  of    dxj_/Sr  and  Eg    in  the  form  of    d^    is  a  more  logical  dependent 
variable  than  its  components.    The  solution  for  the  various    dj_'s  is  then  obtained  from  eqs  (5)^  (6),  and 
(8).    The  determinantal  expression  for  the  various    d- 's  is 
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where 


ail  =  (n^/p)m^D^, 
ai2  =  (n^/p)m^D^j, 
ai3  =  (nVp)mgD^g  +  (n^/p)mgD^^, 


ci  =  (D^/m^T)  +  (Dj/rajT), 
aai  =  (nVp)ni^D^^, 
asa  =  (n^/p)m-j-D^-]-  +  (n^/p)iiLj.D^j, 


a23  = 

(n2/p)meD^g, 

C2  = 

(D^/m^T)  +  (D^/mgT), 

aai  = 

-1 

a32  = 

ass  = 

-^e  ^ 

cs  = 

d  2n  Kp/dT. 

(11) 


A  combination  of  egs  (l),  (2),  (lO),  and  (ll)  gives  the  final  expression  for  the  total  thermal 
conductivity: 


total  t 
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where  is  the  translational  thermal  conductivity,  the  sum  of  all  terms  containing  the  various  hj^'s 

is  the  reactive  thermal  conductivity,  and  the  sum  of  the  remaining  terras  is  the  thermal  conductivity  due 
to  thermal  diffusion.    Note  that  the  reactive  component  has  two  modes.    The  first  is  by  raulticomponent 
diffusion  and  the  second  hy  thermal  diffusion.    For  a  fully  ionized  gas^  (i.e.  no  neutral  particles) 
eg  (l2)  reduces  to 


^total      '^t  "  nD 


el 


m\2 

e  ! 
-J 


(13) 


where    \x    is  the  reduced  mass  of  the  electron-ion  system. 

Since  the  terms  in  eq  (l2)  are  so  complex  it  would  be  impossible  to  single  out  by  inspection  any  one 
mechanism  (e.g.  thermal  diffusion)  as  being  the  chief  contributor  to  or  This  can  be  done  only 

by  an  inspection  of  the  numerical  values  which  are  described  in  the  next  section.  However,  it  can  be 
seen  from  eq  (12)  that  there  is  a  definite  need  for  accurate  values  of  the  raulticomponent  and  thermal 
diffusion  coefficients  since    Ar  and  Ad    are  determined  by    Dij  and  D^',  and  since    8i  (the  combined 

T 

effect  of  the  concentration  gradients  and  the  charge  separation  field)  are  also  determined  by    D;i_j  and 
(eqs  (10)  and  (ll)). 

3.    Numerical  Values  of  Higher  Order  Transport  Coefficients 

T 

The  importance  of  higher  order  Sonine  expansion  terms  in  the  expressions  for    A-^,  Dij^  and  Di  will 
be  described  first.    The  expressions  for    At>  Dij>  and        [lO]  are  the  ratio  of  two  determinants.    If  the 
first  and  second  Sonine  expansion  terms  are  used  (second  approximation)  then  both  determinants  contain 
fo\ir  subdeterminants  which  are  designated  as  the  00,  01,  10,  and  11  subdetenninants,  where  the  0  cor- 
responds to  the  first  Sonine  polynomial  and  the  1  corresponds  to  the  second  Sonine  polynomial.     In  the 
calculation  of  the  thermal  conductivity  of  neutral  gases  the  00,  01,  and  10  subdeterminants  are  normally 
discarded  (first  approximation)  with  very  little  loss  in  accuracy  [lO].    Unfortunately,  this  simplifica- 
tion was  carried  over  into  the  calculation  of  the  thermal  conductivity  of  partially  ionized  gases.  The 
result,  of  this  approximation  is  shown  in  figure  3  for  partially  ionized  argon.    The  second  approximation 
of    At  [l2]  is  larger  than  the  first  approximation  by  30  percent  at  50-percent  ionization  and  larger  by 
50  percent  at  complete  ion,ization.    An  inspection  of  the  numerical  values  of  the  elements  in  the    A^  sub- 
determinants  [12]  show  that  the  increase  in    A-t    in  going  from  the  first  to  the  second  approximation  can 
be  attributed  to  the  inclusion  of  additional  terms  in  the  00  subdeterminant  arising  from  interactions 
between  unlike  particles  (A-I,  e-A,  and  e-l) .    Subsequent  analyses  by  DeVoto  [16  and  17]  showed  that 
third  order  Sonine  expansion  terms  for  the  translational  thermal  conductivity  were  also  appreciable. 
Figure  3  shows  that  the  difference  between  the  third  and  second  approximations  for    A-^    is  roughly  the 
same  as  the  difference  between  the  second  and  first  approximations.    DeVoto 's  calculations,  however,  show 
very  little  difference  between  the  third  and  fourth  approximations.    Landshoff 's  [18]  calculations  for  aji 
electron  gas  show  roughly  the  same  trends  in  going  from  the  second  to  the  fourth  approximation. 


[12]  erroneously  identified    A-^    with  Spitzer's  [2]  field  free  thermal  conductivity. 
The  error  was  resolved  by  the  analysis  of  Meador  and  Staton. 
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Mult 1 component  diffusion  coefficients  axe  usmlly  approximated  by  retaining  only  the  first  Sonine 
expansion  terms  (i.e.  using  only  the  00  subdeterminant ) .    These  first-order  coefficients  are  compared 
with  the  second-order  coefficients  (i.e.  "both  first  and  second  Sonine  expansion  terms)  in  figure  h-.  The 
second -order  coefficients    De-A(2)  and  Dg_j(2)  are  larger  than  the  corresponding  first-order  coefficients 
hy  25  percent  at  50-percent  ionization  and  hy  '+5  percent  at  complete  Ionization.    An  inspection  of  the 
nixmerical  values  of  the  elements  in  the    Dij    subdeterminants  show  that  the  increase  in    Dij    in  going 
from  the  first  to  the  second  approximation  can  be  attributed  to  the  inclusion  of  terms  in  the  11  sub- 
determinant  arising  fl-om  interactions  between  like  particles  (A-A,  I-I,  and  e-e).    The  electron-electron 
Interaction  is  especially  important  since  a  simple  hard  sphere  model  shows  that    Dij    is  inversely  pro- 
portional to  the  product  of  the  collision  cross  section  and  the  reduced  mass.    In  contrast,  the  flrst- 
and  second-order  coefficients  for  diffusion  between  heavy  particles  (e.g.  Da-i)  differ  by  only  a  few 
percent.    DeVoto's  calculations  show  that  there  is  little  difference  between  second-  and  third-order 
raulticomponent  and  thermal  diffusion  coefficients. 

It  is  essential  that  second-order  thermal  diffusion  coefficients  be  used  since  these  coefficients 
are  identically  zero  in  the  first  approximation.    Typical  values  of  the  second-order  thermal  diffusion 
coefficients  for  the  argon  atom.  Ion,  and  electron  from  [ll]  are  shown  in  figure  5«    In  the  expression 
for  the  total  thermal  conductivity  (eq.  (12)),         always  occur  in  combination  with  the  particle 
mass  in  the  denominator.    Althoiigh  the  electron  thermal  diffusion  coefficient,  E^,  is  at  most  two  orders 
of  magnitude  smaller  than  those  for  the  atom  and  Ion,  the  electron  mass  is  four  orders  smaller.  Conse- 
quently, thermal  diffusive  effects  can  be  attributed  almost  entirely  to  the  electron  term.  Another 
interesting  conclusion  can  be  reached  by  an  inspection  of  figure  5«    It  can  be  seen  that  the  atom  and  ion 
thermal  diffusion  coefficients  are  within  1  percent  of  each  other  In  magnitude  from  a  few  percent  ioniza- 
tion up  to  extremely  high  degrees  of  ionization  (approximately  95  percent).    Beyond  this  point  iff 
decreases  in  value,  changes  sign,  then  approaches  the  value  of  near  100-percent  ionization.  """These 

variations  imply  that  the  diffusive  motion  of  both  the  atom  and  ion  are  essentially  independent  of  that 
for  the  electron,  up  to  large  degrees  of  ionization.    The  diffusive  motion  of  the  electrons,  in  turn,  is 
dictated  by  the  ion  rather  than  the  atom  because  of  the  greater  magnitude  of  the  Coulombic  forces^. 
These  same  conclusions  were  reached  from  an  examination  of  the  second-order  mult 1 component  diffusion 
coefficients. 

T 

The  previous  discussion  of  second-order  values  of    Dij  and  Di    leads  towards  the  calciolation  of  'hy, 
and    7\(i    from  eqs  (lO),  (ll),  and  (12).    The  author  recently  made  a  series  of  calculations  for  hydrogen, 
nitrogen,  and  argon  for  a  pressure  of  one  atmosphere  and  temperatures  corresponding  to  50-percent  ioniza- 
tion.   The  values  of   Ap    were  compared  with  those  based  on  the  expressions  derived  by  Meador  and  Staton 
[15].    The  values  of    Ap    from  the  two  sets  of  calculations  agreed  within  a  few  percent.    However,  this 
is  not  necessarily  a  verification  of  the  Meador  and  Staton  approach,  as  calculations  have  shown  that  any 
non -trivial  assumed  values  of    Sxj/Sr  and  Sxg/Sr    will  result  in  the  same  values  of    Ap  and  Ad.  The 
agreement  can  be  explained  as  follows.    The  values  of    Ap  and'A^    are  determined  not  by  the  separate 
effects  of  the  concentration  gradients  and  the  charge  separation  field,  but  by  their  combined  effects. 
Consequently,  if  erroneous  values  of  the  concentration  gradients  weire  initially  assumed  the  constraints 
of  the  problem  (eqs  (5),  (6),  and  (8))  would  compensate  for  this  error  in  the  resiilting  value  of  the 
charge  separation  field. 

A  more  critical  comparison  could  come  from  the  determination  of  the  predominant  mechanism  for  the 

reactive  component  of  the  thermal  conductivity.    The  reactive  component  from  eq  (12)  can  be  resolved  into 

two  components:     (l)  the  sum  of  the    hin^mjDi jSj/p    terms  which  shall  be  called  the    Dij    component  for 

/  \  T  /  T 

identification,  and  (2)  the  sum  of  the    hiD+/miT    terms  which  shall  be  called  the    Di    component.  The 

results  are  summarized  in  the  following  table. 

Table  I.    Thermal  Conductivity  Components  for  Partially  Ionized  Gases  (p  =  1  atm,  50^  ionization) 


Gas 

A,(2) 

W  m 

deg-^ 

V2) 

W  m"^  deg'^ 

Dij  component 

T 

D^  component 

W  m~^  deg"^ 

hydrogen 

1.30 

5.77 

1.78 

-0.20 

Nitrogen 

1.3*+ 

0.87 

1.30 

-0.25 

Argon 

1.31 

-0.17 

1.32 

-0.29 

e  T 

°As  a  result,  the  values  of  Dg  calculated  for  partially  ionized  argon  can  be  used  for  other 
partially  ionized  gases  to  a  good  degree  of  accviracy. 
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For  hydrogen  the  largest  contribution  comes  from  the    D±j    component,  and  the  predominant  term  in  this 
component  is  the    hjn  iiiaDiaSa/p    term  as  predicted  by  Meador  and  Staton.     However,  the  thermal  diffusive 
contribution  is  not  negligible,  but  comprises  25  percent  of  the  value  of    Ap.    As  the  mass  of  the  heavy 
particle  increases,  thermal  diffusive  effects  become  relatively  more  important.    For  example,  in  nitrogen 
the    D?.   component  of    Aj-    is  larger  than  the    Dij    component.     In  argon  the    Dij    component  is  almost 
zero  due  to  the  cancellation  of  the  ion  term  by  the  atom  and  electron  term.     Consequently,  the  reactive 
thermal  conductivity  for  argon  can  be  attributed  almost  entirely  to  the  component,  and  the  predomi- 

nant term  in  this  component  is  the    heDe/iiieT    term.    This  result  is  in  direct  contradiction  to  those 
predicted  by  Meador  and  Staton  and  Indicates  that  one  or  more  of  their  initial  assumptions  may  be 
eiToneous . 


This  paper  has  described  the  analytical  work  done  in  the  past  few  years  to  clear  up  some  of  the 
uncertainties  in  the  expression  for  the  total  thermal  conductivity  of  a  partially  ionized  gas.  The 
author  feels  that  the  theoretical  basis  for  this  expression  is  currently  on  substantial  ground.  However, 
there  are  several  deficiencies  which  must  be  resolved  before  accurate  values  can  be  calculated.  The 
first  of  these  is  the  lack  of  measured  or  calculated  cross  sections  for  collisions  between  an  atom  which 
is  chemically  unstable  at  low  temperatures  (e.g.  nitrogen  or  oxygen)  and  an  electron,  ion,  or  another 
chemically  unstable  atom.    A  second  deficiency  is  the  absence  of  terms  in  the  expressions  for  the  trans- 
port coefficients  which  account  for  inelastic  collisions,  and  the  lack  of  measured  or  calculated  cross 
sections  for  these  inelastic  collisions.    A  third  deficiency  is  the  absence  of  any  experimental  verifica- 
tion of  the  total  thermal  conductivity,  especially  in  the  region  of  50-percent  ionization  where  A^otal 
peaks  because  of  the  reactive  component.    A  method  which  shows  some  promise  is  the  ultrasonic  absorption 
technique  as  used  by  Camevale  et  al.  [19].    Consequently,  large  amounts  of  analytical  and  experimental 
effort  must  still  be  expended  to  remedy  these  deficiencies  before  accurate  values  of  the  total  thermal 
conductivity  of  a  partially  ionized  gas  can  be  obtained. 
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Figure  1.-  Comparison  of  experimental  and  theoretical  electrical  conductivity  of  nitrogen 
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Figure  2.-  Comparison  of  experimental  and  theoretical  electrical  conductivity  of  argon. 
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Figure  3'-  Comparison  of  various  approximations  for  calculating  the  translational  thermal  conductivity  of 
argon . 
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TEMPERATURE, T, *K 

Figure  h-,-  Comparison  of  various  approximations  for  calculating  multicomponent  diffusion  coefficients  of 
argon . 
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Figure  5«-  Thermal  diffusion  coefficients  of  argon. 
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Thermal  Conductivity  of  the  Alkali 
Metal  Vapors  and  Argon 


Chai-sung  Lee  and  Charles  F.  Bonllla 

Liquid  Metals  Research  Laboratory^ 
Department  of  Chemical  Engineering 
Columbia  University,  New  York,  N.Y.  10027 


The  frequency  response  to  alternating' current  of  a  fine  wire 
surrounded  by  alkali  metal  vapor  was  studied  theoretically  and  ex- 
perimentally for  determining  the  thermal  conductivity  of  the  vapor. 
Data  were  obtained  for  cesium  and  rubidium  vapors  at  pressures  from 
0.0829  to  0.214  atm.      A  new  method  v;as  employed  of  correcting  for 
temperature  Jump  and  vapor  voliimetric  heat  capacity. 

In  addition,  the  thermal  conductivity  of  the  alkali  metal 
vapors  was  calculated  by  gas  kinetics  theory,  including  the  effects 
of  dimerization  and  heat  of  association.     Good  agreement  between 
experiment  and  theory  was  obtained  considering  the  possible  errors. 
The  total  probable  experimental  error  is  estimated  at  6.1%,  and  the 
uncertainty  In  the  theoretical  analysis  at  about  25^.  Reliability 
of  the  method  Is^lndlcated  by  agreement  with  literature  values  for 
argon  up  to  IO85  C.     The  standard  error  of  the  argon  correlation  Is 
estimated  at  1.6%. 
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1.  Introduction 

Measurement  of  the  thermal  conductivity  of  alkali  metal  vapors  Is  difficult 
because  of  the  high  temperatures  required,  involving  radiation  between  the  surfaces, 
and  because  of  the  chemical  activity  of  the  alkali  metals  on  containers,  gases,  and 
other  materials  which  they  .may  contact. 

Thus,  only  prel jjiiinary  or  approximate  results  are  to  be  found  in  the  literature. 
Gottlieb  and  Zollweg  (l)    measured  heat  dissipation  from  tungsten  ribbon  at  a  single 
temperature  in  cesium,  rubidium  and  potassium  vapors  at  low  pressures.     On  extrapola- 
ting to  infinite  pressure  for  each  vapor  they  obtained  an  approximate  value  of  the 
iconomer  conductivity.     Stefanov  et  al  (2)  employed  a  concentric  tube  geometry  with 
sodlijm  and  potassium  vapors,  obtaining  the  temperature  difference  by  differential 
thermal  expansion  of  the  tubes,  as  originally  proposed  by  Timrot  et  al  (3).  Radiation 
has  a  large  effect  in  this  geometry,  and  reached  85/^  of  the  heat  transmitted. 
Achener  (4)  is  employing  laminar  flow  in  a  long  hot  isothermal  tube  and  measuring  the 
average  temperature  rise.     Theoretically  the  Nusselt  number  approaches  3.658.  The 
above  results  all  seem  somewhat  low,  or  else  Inconsistent. 

In  viexv  of  considerable  interest  in  the  thermal  conductivity  of  the  alkali  metal 
vapors,  particularly  for  kinetic  theory  studies,  correlating  heat  transfer  data,  and 
calculating  results  of  hypothetical  fast  reactor  transients,  a  previously  developed 
transient  hot-vjire  method  for  measuring  the  thermal  conductivity  of  gases  at  high 
te.mperatures  ;'ja3  adapted  to  these  vapors. 


2.     Mathematical  Model  for  the  Transient  Hot-Wlre  Method 

As  in  previous  studies  in  this  laboratory  (5,6,7)  a  concentric  wire  In  a 
cylindrical  shell  is  employed,  the  annulus  between  being  filled  with  the  test  gas  or 


Figures  in  parentheses  Indicate  the  literature  references  at  the  end  of  this  paper. 
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vapor.    The  radius  of  the  v;ire  is  r,  and  of  the  shell  r«,  and  the  wire  must  have  a 
substantial  temperature  coefficient  of  resistance.     Pure  sinusoidal  current  of  a 
single  frequency  1  =>|2"  I  sin<M9  is  passed  through  the  wire  and  the  IR  drop  across  it 
is  measured.^ 

The  equation  governing  conduction  in  the  annulus  is:  "~  - 

k  ,  1  ^t\    _  9X         ^"0^  r,<  r  <  r„  -  (l) 

The  outer  boundary  condition  is  simply: 

t  =  t2  at  r  =  r2  (2) 

since  the  large  mass  of  the  shell  keeps  it  isothermal  and  the  low  heat  velocity  makes 
temperature  Jump  there  negligible. 

The  inner  boundary  condition  is  here  written  as  the  heat  balance: 


(v/2l^/^w0)^R  =-7r^V/L||  -Znr.l-^^  -^zirnMt  -  4)     cut  r=  r, 


(3) 


The  wire  is  so  fine  that  its  average  temperature  can  be  taken  as  t.,  ,  and  the  tempera- 
ture variation  is  smal_l  so  that  the  radiant  heat  transfer  coefficient  h  and  the 
electrical  resistance  R  are  assumed  constant  for  this  purpose. 

In  the  previous  studies  on  permanent  gases  (7)  it  was  possible  to  adjust  the 
pressure  to  high  values,  maintaining  the  mean  free  path  and  the  temperature  Jump  small 
as  well  as  substantially  constant.     Accordingly,  the  thermal  conductivity  in  eq  (3) 
was  that  of  the  gas,  as  in  eq  (l). 

In  this  work  with  alkali  metals  the  pressure  must  be  below  saturation,  and  thus 
is  relatively  low,  and  temperature  Jump  is  appreciable  at  the  inner  wall.     An  exact 
statement  of  this  boundary  condition  can  be  written  that  Includes  the  temperature 
Jump  as  an  equivalent  series  heat  transfer  coefficient,  however  it  is  considerably 
more  complicated  and  cannot  be  solved  analytically.     Therefore  a  means  of  correcting 
the  boundary  condition  for  temgerature  Jiimp  in  a  simpler  vjay  was  sgught.     This  was 
accomplished  by  substituting  k    for  k  in  the  heat  balance,  where  k    is  sufficiently 
reduced  that  the  correct  heat  conduction  term  is  calculated  when  t,   is  the  wire 
temperature  rather  than  the  vapor  temperature.     The  expression  for  k    is  obtained 
from  temperature  Jump  theory  (8)  as: 


_£  ^  ,  _^         I        2-CL  A  JzTTRir  _l_ 


The  solution  of  these  equations  can  thus  be  given  in  the  same  form  as  prej^lously 
(6,7),  but  indicating  with  the  superscript  the  dimensionless  ratios  in  which  k 
appears.     The  evolution  is:  ^  -- 


Capital  initials  have  been  used  for  readier  recognition  of  the  dimensionless  ratios. 
These  ratios,  and  others  shortly  to  be  used,  are  defined  as  follows: 


2 

See  section  8.  for  nomenclature. 
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AR 

Amplitude  Ratio 

(cr°/4)Vsd°  +  ^0° 

(where  g„    and  hj.    are,  like  AR    itself,  complex 

CDR 
CR^ 
DR 

functions  of  CR,   CDR,  DE, 
Capacity  Density  Ratio 
Conductivity  Ratio 
Dimension  Ratio 

RR  (or  QR) ,  and  TJF) 
c'/J'/cp  2  o 
2wc'p'r//k 

^2/^1 

o 

RR 

Radiation  Ratio 

hr^/k° 

QR 

X  ctU./        UU  L« 

TJF 

Temp.  Jump  Factor 

k(2-a)V27rRT  1 
a  C„^(3r+l}r^ln^DR)  p 

TJC 

RR 

Temp.  Jump  Correction  Term 
Radiation  Ratio  for  TJF=0 

(AR°  -  AR)/AR 
QR/((l-QR)  In  (DR)) 

Derivation  of  the  equations  for  AR    and  of  <^    for  the  case  of  zero  temperature 
Jump  (AR  and  ^)  has  already  been  carried  out  analytically  (5),  and  values  have  been 
calculated  for  various  ranges  of  the  other  dimenslonless  ratios  (6,7)  .     In  this  study 
It  xvas  necessary  to  carry  the  calculations  to  still  higher  values  of  CDR  and  lower 
values  of  CR,  due  to  the  lower  values  of  thermal  conductivity  and  density  encountered 
with  the  alkali  metals.    Figure  1  shows  the  results  for  the  case  of  zero  radiation 
correction  (RR  =  O)  and  for  the  dimension  ratio    DR  =  1000,  a  satisfactory  value  for 
all  of  the  work  here  described.     The  turn-up  of  the  curves  for  high  CDR  below 
CR  =  0.1  had  not  been  expected. 

Figure  2  gives  the  temperature  Jump  correction,  TJC,  with  which  AR°  can  be  cal- 
culated from  AR,  and  vice  versa.     In  the  actual  interpretation  of  experimental  runs 
the  computer  program  (9)  calculates  the  value  of  TJC  for  each  specific  run. 

The  temperature  difference  t,  -  t^  In  eq  (5)  is  obtained  from  an  experiment  by 
observing  the  departure  of  the  IR  drop  across  the  fine  wire  from  the  pure  sine  wave 
that  it  would  be  if  R  were  constant.  The  IR  drop  across  the  fine  wire  can  be  shown 
(9)  to  be: 

£  =  J5  r  sJ^coO  [R^  -  4  )J  (6 

=  JzE,  s'iruco  -\J2E^ s'l^CcoQ -h4>^  +  J^Es^in (-acoe  -f-  4>) 


where: 


(7) 
(8) 


E-,,  and  thence  AR  ,  can  be  obtained  in  an  experiment,  in  principle  (?)  from  the  phase 
lag      of  the  third  harmonic  behind  the  fundamental  (the  "phase  angle  method").  How- 
ever, the  direct  measurement  of  the  amplitude  of        (the    amplitude  method")  is  more 
accurate  and  convenient,  and  is  the  method  exclusively  employed  so  far. 


The  value  of  E^gcan  be  determined  by  placing  the  thermal  conductivity  cell  as 
one  leg  of  a  Wien  bridge,  as  shown  in  Figure  3.    Balancing  the  bridge  with  respect  to 
the  fundamental  frequency  f  cancels  out  the  first  two  terms  of  eq  (6),  allowing  the 
third  harmonic  voltage  to  show  up  at  the  bridge  output  terminals .     E^  Is  then  ob- 
tained (7)  as  follows: 


=  E. 


3R 


(9) 


where  the  wire  resistance  R^  =  (R,/R  )Fl  .     The  decade  capacitors  are  used  to  balance 
out  the  equivalent  reactive  Impedance  or  the  wire  and  yield  a  sharper  null  point. 
They  would  also  be  read  if  the  phase-shift  method  were  being  employed.     Operation  of 
the  system  will  be  described  under  Experimental  Procedure. 
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An  "absolute"  determination  of  thermal  conductivity  by  the  above  procedures  is 
impractical  for  many  reasons,  and  in  particular  because  of  the  difficulty  in  obtain- 
ing an  accurate  value  of  r, ,  the  wire  radius.     If  a  quantity  designated  by  GP  is 
defined  by: 

GP  =  CR  X  k  X  10^,  (10) 


and  experimental  curves  of  AR  vs.  GP  are  drawn  for  two  different  gases,  the  ratio  of 
the  two  GP's  corresponding  to  any  single  value  of  AR  is  the  same  as  the  ratio  of  the 
thermal  conductivities  of  the  two  gases.     If  one  gas  is  a  reference  gas  of  known 
thermal  conductivity  the  thermal  conductivity  of  the  test  gas  can  be  readily  obtained. 
This  is  the  method  employed  in  this  study. 


3.     Cell  Design  and  Operation 


Two  types  of  cell  were  tested,  employing  different  seals  for  the  insulated  lead. 
Cell  No,  1  (fig.  4)  consists  of  a  boiler,  measurement  cell,  and  seal  complex,  all 
machined  from  SS-310,  and  connection  lines.     The  seal  in  contact  with  the  vapor  space 
consisted  of  frozen  alkali  metal  inside  and  outside  of  a  fused  alumina  (Lucalox  tube) 
l/l6  inch  OD  x  1/64  inch  ID,     Commercial  sintered  aliAmina,  though  designated  imper- 
meable, was  found  to  short-circuit  by  permeation  when  used  below  the  freeze- seal.  In 
operation,  the  cell  was  thoroughly  evacuated  cold  and  then  the  freeze-seal  water  and 
the  cell  heater  both  turned  on.     In  due  course  the  freeze-seal  was  established  and  the 
evacuation  stopped.     This  cell  yielded  the  rubldiiim  data. 

Cell  No.  2  (fig,  5)  employed  a  dry  seal  consisting  of  a  washer  and  a  disk  of 
Nb-1^  Zr  sheet  brazed  to  the  opposite  ends  of  a  Lucalox  sleeve,  as  developed  for 
sodium  vapor  lamps.     This  seal  was  tight,  but  was  more  fragile  and  was  limited  to  some 
800  C.     The  cesium  data  were  obtained  with  this  cell. 

To  resist  corrosion  by  the  alkali  metals  tungsten  wires  were  employed,  rather 
than  platinum,  the  other  metal  so  far  studied.     The  finest  wires  available  (0.00012 
inch  in  diameter)  were  used,  since  they  permit  higher  frequencies  to  be  utilized. 
With  the  vjire  diameter  fixed,  the  temperature  Jump  and  radiation  corrections  can  be 
substantially  reduced  by  employing  higher  frequencies,  and  thereby  working  in  a  higher 
range  of  CR  as  shown  in  figure  2.    This,  however,  is  in  contradiction  with  the  fact 
that  AR  vs.  CR  curves  are  linear  only  in  the  low  range  of  CR  (fig.  l) .     The  necessary 
frequency  to  obtain  a  convenient  compromised  value  of  CR  is  given  in  Table  1,  from 
preliminary  estimates. 


Table  1.    Frequency  for  a  Conductivity  Ratio  of  0.1 

Gas  or         k/k-,    at  Frequency  of  Current  at 

Vapor  ■7c.n°  n  Diameter  of  Tungsten  Wire,  In. 
  — (^u — o  (0.0003)   (0.00012) 


He 

64.2 

57 

348 

N 

11.0 

10 

61 

A"^ 

4.68 

7.4 

45 

Cs 

1.00 

1 

6,1 

Rb 

1.46 

1.5 

9.2 

K 

2.48 

2.5 

15.3 

Na 

4.88 

4.6 

28,1 

Li 

13.7 

13.4 

81,8 

Although  the  mathematical  model  assumes  concentricity,  this  is  not  important 
because  of  the  relative  method  employed  and  the  high  ratio  DR.    Furthermore,  no  amount 
of  tension  could  be  applied  to  these  fine  wires.     Accordingly,  Joints  to  the  nickel 
leads  were  made  by  gently  squeezing  the  lead  around  the  loose  tungsten  wire  with  ad- 
justable vice-pliers. 

In  view  of  the  fine  size  of  the  tungsten  wire,  and  its  oxidizability,  it  was 
necessary  to  eliminate  all  possible  oxygen  from  the  system.     This  v/as  done  by  adding 
several  grams  of  Ti-Zr  chips  ("Getterloy" )  to  the  cell  before  charging  It  with  alkali 
metal,  and  Initially  heating  the  cell  slowly  under  argon  pressure  to  prevent  the 
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vapor  from  rising.    When  this  Is  done  carefully  wlt^  fresh  metal,  each  new  0.00012 
inch  wire  will  last  for  a  number  of  runs  up  to  1000  C  or  higher. 

The  cells  were  mounted  in  two  independent  vertical  furnaces.    The  lower  one  set 
the  liquid  alkali  metal  temperature,  and  therefore  the  pressure  of  the  vapor,  and  the 
upper  one  set  the  vapor  temperature  or  superheat. 


4.     Experimental  Procedure 

In  general,  the  sequence  of  t^sts  in  a  complete  run  included: 

ia)     Insertion  of  the  wire  and  sealing  of  the  cell. 
b|     Charging  the  cell  with  alkali  metal, 
c)    Measuring  the  electrical  resistance  of  the  wire  at  room  temperature  with  a 
low  current  in  the  Wien  bridge  at  a  selected  frequency  in  argon  to  prevent  In-leak- 
age  and  calculating  the  length  of  the  wire  from  the  known  resistance  per  unit  length. 

(d)  Measuring  the  resistance  of  the  wire  up  to  high  cell  temperatures  in  argon 
to  determine  dR/dt  as  a  function  of  temperature. 

(e)  Cool  the  cell  to  room  temperature  and  adjust  the  argon  pressure  to  atmos- 
pheric, then  carrying  out  a  calibration  run  with  argon  over  a  range  of  about  5  to 
100  cycles  per  second  (CR  about  0.05  to  1.0  and  CDR  about  3,000). 

(f)  Recheck  the  room  temperature  resistance  of  the  wire  (if  drift  occurs  it  may 
not  invalidate  previous  data) . 

(g)  Set  the  hot-wire  current  up  to  the  operating  range  and  read  off  the  resis- 
tance again  from  the  bridge. 

(h)  Read  the  effective  voltage  across  the  hot  wire  with  the  thermocouple 
voltmeter. 

l)     Set  the  band-pass  filter  at  3  times  the  impressed  frequency. 
J  J     Pass  the  bridge  output  through  the  decade  amplifier  and  the  filter,  and 
measure  it,  EU^^  on  the  VTVM. 

(k)    TurR  the  switch  from  test  (l)  to  calibration  (2)  position  and  set  the 
oscillator  to  3  times  fundamental  frequency. 

(l)    Apply  about  1  volt,  measured  by  the  thermocouple  voltmeter,  to  the  calibra- 
tion circuit. 

(m)    Adjust  the  voltage  divider  until  the  same  output         is  read  on  the  VTVM. 
This  yields  the  absolute  value  of  E^.,.  ^ 

(n)    Prom  E^o  we  calculate  E_  By  eq  (9)  and  then  AR    by  eq  (8). 

(o)     Bnploylng  the  computer  program  for  TJC,  this  quantity  is  computed  by  itera- 
tion, as  well  as  thermal  conductivity  k,  and  radiation  corj'ectl-onj(wlth  a=0.9(l3))  . 

(p)     Corrections  for  a  small  drift  of  CDR  from  3,000,  a  value  chosen  as  the 
reference,  and  end  conduction  are  also  calculated  using  the  formulas  developed  in 
the  previous  work  (7) . 

(q)    The  corrected  amplitude  ratio,  AR,  is  now  obtained  by  applying  the  above 
correction  terms  to  AR  ,    This  yl61ds  one  point  of  the  corrected  AR  vs.  the  corres- 
ponding GP,  as  obtained  with  argon  but  valid  for  any  gas  or  vapor. 

(i^    Repeat  the  above  steps  from  (f)  on  at  a  number  of  other  frequencies  to  ob- 
tain a  calibration  curve  for  AR  vs.  GP. 

The  alkali  metcil  part  of  a  run  takes  the  following  steps  using  the  same  wire: 

!s^     Evacuate  the  apparatus  at  least  to  3  x  10~5mm  Hg. 
t)    Gradually  heat  the  boiler  and  cell,  and  attain  steady  temperatures  while 
keeping  the  cell  temperature  at  least  about  100°C  higher  than  the  boiler  temperature. 
The  vacuum  line  is  disconnected  at  the  moment  when  the  boiler  reaches  about  150^0 . 

(u)    Repeat  steps  from  (f)  through  (r)  for  five  different  frequencies,  5  to  50 
cps.,  to  obtain  the  AR  vs.  GP  curve  for  the  alkali  vapor.    The  correction  for  the 
large  difference  between  volumetric  heat  capacity  ratio  CDR  and  the  reference  value 
Is  made  this  time  by  means  of  an  experimentally  determined  set  of  data  by  a  com- 
puter program  (9).    These  are  low  pressure  data  where  CDR  is  large. 

(v)    Finally,  take  the  ratio  of  AR  oh  the  above  curve  to  that  of  the  calibration 
curve  at  GP  =  0.1,  and  multiply  the  ratio  by  the  thermal  conductivity  of  argon  at  the 
temperature  of  calibration  to  obtain  the  desired  thermal  conductivity  of  the  alkali 
vapor. 

Since  the  above  ratios  were  found  to  be  significantly  dependent  on  the  value  of 
GP  in  its  high  range,  the  ratio  was  taken  in  the  low  range  of  GP  where  it  is  no 
longer  sensitive  to  the  values  of  GP.     An  example  of  the  value  of  GP  in  such  a  range 
is  0.1. 
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5.     Experimental  Results 

Experimental  results  for  argon  are  shown  in  figure  6.     These  points  were  the 
last  and  most  reliable  made,  and  were  all  obtained  on  one  wire  (No.  12).  The 
pressure  was  varied  from  1  to  10  atmospheres  to  keep  CDR  constant,  as  these  pressures 
have  shown  no  effect  on  the  thermal  conductivity  of  argon.     The  solid  lines  represent 
the  first  series  of  consecutive  runs.,    After  a  recallbration  run  the  dashed  lines 
were  obtained.     The  small  change  noted  between  the  two  calibration  runs  shows  that 
the  properties  and  dimensions  of  the  wire  changed  very  little  during  each  set.  The 
spacing  of  the  curves  at  GP  =  0.1  yields  the  following  thermal  conductivity  relative 
t6  that  at  the  calibration  temperature  of  32.6oc. 


Table  2.     Thermal  Conductivity  of  Argon  Relative  to  32. 6°C. 

t,  ^C  86       160       2l6       346       459       569       707       855       987  IO85 

^t/^32  6      1-132    1.351    1.470    1.706    1.889    2.062    2,350    2,558    2.786  2.859 


These  values  agree  very  closely  (9)  with  those  of  Nuttall  (lO)  with  Liley's  correla- 
tion (11)  and  with  Peterson's  earlier  points  by  this  method  (7)  and  are  within  2%  of 
Vargaftik  and  Zimina  (12).     Applying  a  cubic  equation  in  t  to  the  above  points,  making 
it  pass  through  unity  at  32.6°C,  and  extrapolating  to  0°C  yielded  k^/k^^  r  =  O.91588. 
Dividing  the  equation  through  by  this  quantity  gives  the  correlatloR:  * 

(k^/k^)  =  1  +  2.91287  X  lO'^t  -  1.37670  X  10"^t^  +  4.8245  x  lO'^t^   '    .   ,  (ll) 

for  °C  and  cal/sec.    cm  °C,  with  a  standard  deviation  of  0.04l.     The  good  Internal  con- 
sistency of  these  results,  and  their  agreement  with  the  others  above  cited  seem  to 
validate  the  experimental  and  computational  procedures  here  employed.     The  effect  of 
temperature  on  the  thermal  conductivity  of  an  alkali  metal  vapor  requiring  perfect 
evacuation  of  the  cell  and  deoxidation  of  the  alkali  metal  would  evidently  be  some-  . 
what  more  difficult  to  measure  successfully.     However,  such  a  measurement  by  itself 
would  not  be  adequate.     Successful  experimental  results  with  the  alkali  metals 
relative  to  argon  were  still  more  difficult  to  achieve,  as  they  required  consecutive 
successful  tests  with  argon  and  with  the  alkali  metal  on  the  same  wire.  Furthermore, 
at  low  pressures  the  temperature  Jump  correction  was  undesirably  high.  However, 
successful  runs  were  carried  out  with  cesium  and  rubidium  in  the  0.1  to  0.2  atmos- 
phere range.     These  runs  are  shown  in  figure  6  and  the  calculated  results  are  listed 
in  Table  3. 


Table  3.     Thermal  Conductivity  of  Cesium  and  Rubidium  Vapors. 


Alkali 
Metal 

% 

Purity 

Source 

Impurities, parts/million 
Rb 

or  Tempera- 
Li    Na    K      CS  ture,oc. 

Pressure 
atmos . 

Thermal 
Conductivity, 
cal./sea^  cm  C 

Estd. 

Error 

Cs 

99.999 

Dow 

188 

10 

615 

0.214 

0.1587 

4.6 

Cs 

554 

0.0984 

0.2060 

II 

Cs 

5^7 

0.097^ 

0.2120 

II 

Rb 

99.8+ 

Kawecki 

10  70  500 

700 

772 

0.0882 

0.2280 

5.1 

Rb 

826 

0.0829 

0.2158 

It 

These  results  are  plotted  In  figures  7  and  8.     Internal  consistency  is  seen  to  be 
good,  under  the  circumstances.     These  metals  were  of  highest  commercial  purity,  and 
analyzed  typically  as  shown  in  Table  3.     A  correction  on  the  thermal  conductivity 
may  be  calculated  assuming  Ideal  liquid  and  vapor  mixtures,  available  vapor  pressure 
data,  and  the  relative  thermal  conductivities  of  Table  1.     Although  the  lighter  im- 
purities have  higher  thermal  conductivities,  they  also  are  less  volatile.     For  the 
cesium  the  correction  is  entirely  negligible.     For  the  rnibidium  it  amounts  to  a 
total  of  only  440  parts  per  million  of  the  thermal  conductivity,  thus  was  not 
subtracted. 
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Gottlieb  and  Zollweg's  data  are  at  such  low  pressures  (less  than  3  torr)  that 
their  thermal  conductivities ,  though  extrapolated  to  eliminate  temperature  jump,  can 
be  ascribed  to  monomer.     Their  rubidium  point  is  seen  in  figure  8  to  agree  fairly  well 
with  the  present  results,  but  their  cesium  point  is  high  in  figure  7.     However,  their 
own  conclusion  was  that  their  rubidium  value  was  low  and  their  cesium  value  reasonable. 
Achener's  results  on  rubidium  are  for  essentially  saturated  vapor  at  higher  pressures 
(4).     They  are  seen  to  be  lower  than  these,  but  are  considered  only  preliminary  and 
are  expected  to  rise  somewhat  (l4) . 


6,     Calculation  of  Thermal  Conductivity  from  Kinetic  Theory  for  Associating  Vapor 

Calculations  of  the  thermal  conductivity  of  alkali  metal  vapors  have  been  carried 
out  by  Davies  et  al  (13)  for  vapor  consisting  exclusively  of  monomer  atoms.  However, 
this  is  not  the  case,  particularly  for  vapor  at  or  near  saturation  and  at  substantial 
pressures,  as  of  interest  in  fast  breeder  reactor  coolant  studies.     Even  small  con- 
centrations of  dimer  considerably  increase  the  thermal  conductivity  due  to  the  heat 
of  change  in  equilibrium  composition  with  temperature,  which  adds  diffusion  of  the 
heat  of  reaction  to  the  conduction  of  sensible  heat. 

The  procedure  outlined  by  Vanderslice  et  al  (15)  for  predicting  the  transport 
properties  of  hydrogen  at  high  temperatures  includes  the  effect  of  dissociation. 
It  was  decided  to  apply  this  procedure  to  the  alkali  metal  vapors.     Potential  energy 
functions  for  the  monomer  atoms  were  taken  from  Davies'  table  (13).     The  potential 
energy  functions  and  collision  integrals  for  monomer-dimer  and  dlmer-dimer  inter- 
actions were  calculated  by  Vanderslice ' s  perfect  pairing  procedure  (l6,17).     Next  the 
translational  conductivity  of  the  binary  mixture  vjas  calculated  (l8),  then  the  internal 
conductivity  of  the  mijcture  (19)^  and  then  the  conductivity  due  to  chemical  reaction 
(19,20).     Pull  details  are  available  elsewhere  for  the  potential  energy  functions  and 
equilibrium  and  frozen  thermal  conductivity  results  (9)^  as  well  as  for  viscosity  and 
the  thermodynamic  properties  (21). 


7.     Conclusions  and  Acknowledgements 

Final  results  are  given  in  Tables  4  through  8  and  figures  7  through  10.  The 
trend  with  temperature  of  the  thermal  conductivity  of  slightly  superheated  vapor  is 
particularly  notevrorthy.     It  is  seen  that  the  thermal  conductivity  shovjs  a  minimum 
value  at  a  temperature  several  hundred  degrees  above  saturation,   increasing  dimer 
contents  at  lower  temperatures  substantially  increasing  the  thermal  conductivity  at 
all  but  the  highest  pressures.    With  llthiiim  the  minima  are  still  higher. 

Agreement  betxveen  the  calculated  and  experimental  results  for  cesium  and  rubidium 
is  seen  to  be  good.     The  results  of  Stefanov  et  al  on  sodium  and  potassium  are  also 
seen  to  be  in  fair  agreement  with  the  calculated  results,  particularly  as  to  showing 
a  similar  trend  of  increasing  thermal  conductivity  with  decreasing  temperature.  It 
is  concluded  that  the  results  calculated  by  this  method  closely  represent  the  equili- 
brium thermal  conductivities  of  the  alkali  metal  vapors. 

The  authors  are  happy  to  aclmowledge  support  by  the  U.S.  Atomic  Emergy  Commission, 
Division  of  Research,  under  Contract  AT(30-1 ) -266o  with  Columbia  University,  and 
donation  of  the  cesium  by  the  Dow  Chemical  Company,     The  AEC  serial  number  of  this 
publication  is  CU- 2660-37. 


8,  Nomenclature 


cal/gm  °C 


II 

cps 

cal/seccm.  °C 

ri 

gm/cm 
atm 


a  Accommodation  coefficient 

c  Specific  heat  at  constant  pressure  of  the  test  gas 

c'  Specific  heat  of  fine  wire 

c^  Specific  heat  at  constant  volume  of  the  test  gas 

f  Frequency  of  the  heating  current 

k  Thermal  conductivity  of  the  test  gas 

k  Thermal  conductivity  of  a  fictitious  gas 

m  Fine  v;ire  mass  per  unit  length 

p  Pressure  of  the  test  gas 
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Table  I4.    Equilibrium  Thermal  Conductivity  of  Cesium  Vapor 
(cal/sec.cin.°C)  x  lok 


IK  IS.) 

Monomer 

0.02 

0,05 

Pressure 
0.1  0.2 

,  atm 
0.5 

1 

0 

c. 

c: 

satu- 
ration 

500 

0.0810 

0. 1023 

600 

0.0920 

0.1341 

700 

0. 1026 

0. 

1349 

0. 1655 

800 

0. 1129 

0. 

1232 

0. 1375 

0.1585 

0.1923 

0.1922 

900 

0. 1230 

0. 

1270 

0.1329 

0.1422 

0.  1590 

0. 

1977 

0.2129 

1000 

0. 1328 

c. 

1348 

0. 1376 

0. 1421 

0. 1506 

0. 

1729 

0. 

2013 

0.2281 

1100 

0. 1^26 

0. 

1436 

0. 1451 

0 .1476 

0.1523 

0. 

1653 

0. 

1837 

0. 

2112 

0.2394 

1200 

0.1523 

0. 

1529 

0. 1537 

0.1552 

0. 1580 

0. 

1660 

0. 

1779 

0. 

1976 

0. 

2347 

0.2481 

-300 

0. 1619 

0. 

1623 

0.1628 

0.1637 

0.165  5 

0. 

1707 

0. 

1737 

0. 

1926 

0.2224 

0.2494 

0.2550 

1400 

0. 1714 

0. 

1717 

0.1721 

0.1727 

0.1739 

0. 

1774 

0. 

1829 

0. 

1930 

0. 

2162 

0.2405 

0.2610 

1500 

0.  1810 

0. 

1811 

0.1814 

0.1818 

0. 1827 

0. 

1852 

0. 

1892 

0.  1965 

0. 

2146 

0.2355 

0.2666 

1600 

0. 1905 

0. 

1906 

0. 1908 

0. 191  1 

0.1917 

0. 

1936 

0. 

196  5 

0. 

202  1 

0. 

2163 

0.2338 

0.2719 

1700 

0. 2000 

0. 

2001 

0.2002 

0.2005 

0.2009 

0. 

2023 

0. 

2046 

0. 

2088 

0. 

2201 

0,2347 

0.2772 

1800 

0. 2095 

0. 

2096 

0.2097 

0.2099 

0.2102 

0. 

2113 

0. 

2131 

0. 

2164 

0, 

2255 

0.2377 

0.2827 

1900 

0. 2190 

0. 

2191 

0.2192 

0.2193 

0.2196 

0. 

2205 

0. 

2219 

0. 

2246 

0. 

2320 

0.2422 

0.2882 

2000 

0. 2286 

0. 

2287 

0.2287 

0.2288 

0.2291 

0. 

2298 

0. 

2309 

0. 

233  1 

0  .2392 

0.2479 

0.2940 

2100 

0. 2382 

0. 

2383 

0.2383 

0.2384 

0.2386 

0.2391 

0. 

2401 

0. 

2419 

0. 

2470 

0.2544 

0.3000 

2200 

0.2478 

0. 

2473 

0.2479 

0.2480 

0.2481 

0. 

2^86 

0. 

26.94 

0. 

2509 

0. 

2552 

0.2615 

0. 3061 

2300 

0. 2575 

0.2575 

0.2575 

0.2576 

0.2577 

0. 

258  1 

0. 

2588 

0. 

2601 

0. 

263  8 

0.2692 

0.3125 

2400 

0. 2672 

0.2672 

0.2673 

0.2673 

0.2674 

0. 

2677 

0. 

2633 

0.2694 

0. 

2726 

0.2773 

0.3190 

2500 

0.2769 

0. 

2770 

0.2770 

0.2770 

0.2771 

0. 

2774 

0. 

2779 

0. 

2783 

0. 

2816 

0. 2857 

0.3258 

2600 

0. 2867 

0. 

2867 

0.2868 

0.2863 

0.2869 

0. 

2871 

0. 

2875 

0. 

2884 

0.2908 

0.2944 

0.3327 

2700 

0. 2965 

0. 

2966 

0.2966 

0.2966 

0.2967 

0. 2969 

0. 

2973 

0.2980 

0. 

3001 

0.3033 

0.3397 

2800 

0.3064 

0. 

3064 

0.3064 

0. 3065 

0.3065 

0. 

3067 

0. 

3070 

0.3077 

0. 

3095 

0.3124 

0.3469 

2900 

0. 3163 

0. 

3163 

0.3163 

0.3164 

0.3164 

0. 

3166 

0. 

3169 

0. 

3174 

0. 

3191 

0.3216 

0.3543 

3000 

0. 3263 

0. 

3263 

0.3263 

0.3263 

0. 3264 

0. 

3265 

0. 

3268 

0. 

3273 

0. 

3287 

0.3310 

0.3613 

Table  5    Equilibrium  Thermal  Conductivity  of  Rubidiiun  Vapor 

(cal/sec.cm.°C)  x  10^ 


T(0K) 

Monomer  0.02 

0.05 

Pressure 
0.1  0.2 

> 

atm 

0.5 

1 

2 

5 

10 

Satu- 
ration 

500 

0. 11 13 

0. 1325 

600 

0.1271 

0.1702 

700 

0.  1419 

0. 

1946 

0.2105 

800 

0. 1562 

0. 

1725 

0.1951 

0. 

22861 

0.2485 

900 

0. 1703 

0. 

1765 

0.1856 

0.  1999 

0. 

2259 

0.2812 

1000 

0. 1841 

0. 

1869 

0.1911 

0. 

1979 

0. 

2109 

0.2451 

0. 

2897 

0.3081 

1100 

0. 1978 

0. 

1992 

0.2014 

0. 

2050 

0. 

2  120 

0. 

2315 

0. 

2595 

0. 3028 

0.3297 

1200 

0. 2113 

0. 

2122 

0.2134 

0. 

2155 

0. 

2196 

0. 

2313 

0. 

2491 

0.2791 

0.3388 

0.3469 

1300 

0. 2247 

0. 

2253 

0.2260 

0. 

2274 

0.2299 

0. 

2374 

0. 

2491 

0.2693 

0. 

3162 

0. 

3617 

0.3610 

1400 

0. 2381 

0. 

2385 

0.2390 

0. 

2398 

0. 

2416 

0. 

2466 

0.2546 

0.2692 

0. 

3045 

0. 

3439 

0.3729 

1500 

0. 2514 

0. 

2517 

0.2520 

0. 

2526 

0. 

2538 

0. 

2574 

0. 

2630 

0.2736 

0. 

3006 

0. 

3334 

0.3832 

1600 

0. 2647 

0. 

2649 

0.2652 

0. 

2656 

0. 

2665 

0. 

2690 

0. 

2732 

0.2311 

0.3019 

0.3288 

0. 3926 

1700 

0. 2780 

0. 

2782 

0.2734 

0. 

2737 

0. 

2793 

0.2813 

0. 

2844 

0.2905 

0. 

3067 

0. 

3288 

0.4014 

1800 

0.2913 

0.2914 

0.2916 

0. 

2^13 

0. 

2923 

0.2938 

0. 

2963 

0.3010 

0. 

3139 

0. 

3321 

0. 4099 

1900 

0. 3046 

0. 

3047 

0. 3049 

0. 

3050 

0. 

3054 

0. 

3066 

0. 

3086 

0.3123 

0. 

3228 

0. 

3379 

0.4183 

2000 

0. 3180 

0. 

3181 

0.3131 

0.3133 

0. 

3186 

0. 

3196 

0. 

321 1 

0.3242 

0.3328 

0. 

3454 

0.4266 

2100 

0.3313 

0. 

3314 

0.3315 

0. 

3316 

0.3319 

0. 

3327 

0. 

3339 

0.3365 

0. 

3436 

0. 

3542 

0.4350 

2200 

0. 3448 

0. 

3448 

0. 3449 

0. 

3450 

0. 

3452 

0. 

3453 

0. 

3469 

0. 3490 

0. 

3550 

0. 

3641 

0.4436 

2300 

0.3582 

0. 

3582 

0.3533 

0. 

3584 

0. 

3586 

0. 

3591 

0. 3600 

0.3618 

0. 

3669 

0. 

3747 

0.4522 

2400 

0.3717 

0. 

3717 

0.3713 

0.3719 

0. 

3720 

0. 

3725 

0.3732 

0.3748 

0. 

3791 

0.3859 

0.4610 

2500 

0. 3852 

0. 

3854 

0.3853 

0. 

3854 

0. 

3855 

0. 

3859 

0. 

3866 

0.3879 

0. 

3917 

0. 

3975 

0.4700 

2600 

0. 3988 

0. 

3990 

0.3989 

0. 

3990 

0. 

3991 

0. 

3994 

0. 

4000 

0.4011 

0. 

4044 

0.4096 

0.4791 

2700 

0.4125 

0. 

4126 

0.4125 

0. 

4126 

0. 

4127 

0. 

4130 

0.4135 

0.4145 

0. 

4174 

0. 

4219 

0.4884 

2800 

0. 4262 

0. 

4262 

0.4262 

0. 

4263 

0. 

4263 

0. 

4266 

0.4271 

0.4279 

0. 

4305 

0.4345 

0.4979 

2900 

0.4399 

0. 

4401 

0.4400 

0. 

4400 

0. 

4401 

0. 

4403 

0. 

4407 

0.4415 

0. 

443  8 

0. 

4473 

0.5075 

3000 

0.4537 

0. 

4538 

0.4533 

0. 

4538 

0. 

4539 

0. 

4541 

0. 

4544 

0.4551 

0. 

4571 

0. 

4603 

0.5172 

568 


Table  6    Equilibrixim  Thermal  Conductivity  of  Potassium  Vapor 

(cal/sec.cm.°C)  x  10^ 


T(°K) 

Monomer  0.02 

0.05 

Pressure 
0.1  0.2 

,  atm 

0.5 

1 

2 

5 

10 

Satu- 
ration 

500 

0. 1851 

0. 1979 

600 

0.  2100' 

0.2450 

700 

0.2339 

0. 3015 

800 

0.2571 

0.3422 

0.2931 

0.4130 

0.3618 

900 

0.2797 

0.3121 

0.2929 

0. 3420 

0. 

3°54 

0. 4197 

1000 

0.3019 

0.3163 

0.3077 

0.3302 

0. 

3563 

0.4241 

0.4710 

HOC 

0.3238 

0.3311 

0.  3267 

0.3382 

0. 

3521 

0.3902 

0. 

4441 

0.5142 

1200 

0.3454 

0. 3495 

0.3471 

0.3535 

0. 

3615 

0.3840 

0. 

4179 

0. 

-^741 

0. 5497 

1300 

0.3668 

0. 3693 

0.3678 

0.3718 

0  . 

3767 

0. 3908 

0. 

412  7 

0. 

4513 

0. 

5362 

0.5786 

1400 

0.3881 

0.3898 

0. 3888 

0.3914 

0. 

3945 

0.4038 

0. 

41  8  6 

0. 

4455 

0. 

5099 

0. 5803 

0.6025 

1500 

0.4093 

0.4104 

0.4098 

0.4115 

0.4137 

0.4201 

0.4304 

0. 

i.497 

0  . 

4984 

0. 

5570 

0.6226 

1600 

0.4304 

0.4312 

0.4307 

0. 4320 

0. 

4336 

0.43  8  2 

0. 

4456 

0. 

4593 

0  . 

4970 

0. 

5449 

0.6401 

1700 

0.4515 

0.4521 

0.4518 

0.4527 

0. 

4538 

0.4572 

0. 

4628 

0. 

4735 

0. 

5023 

0. 

5413 

0.6558 

1800 

0.4726 

0. 4730 

0.4728 

0.4735 

0. 

4743 

0.^769 

0. 

4812 

0. 4895 

0. 

5121 

0. 5439 

0.6704 

1900 

0.4936 

0.4940 

0.4938 

0. 4943 

0. 

4950 

0.4970 

0. 

5C04 

0. 

5069 

0. 

5250 

0. 

5512 

0.6843 

2000 

0.5147 

0.5150 

0. 5149 

0.5153 

0. 

5158 

0.5174 

0.5201 

0. 

5253 

0. 

5400 

0. 

5617 

0.6978 

2100 

0.5358 

0.5361 

0. 5359 

0.5363 

0. 

5367 

0. 5380 

0. 5402 

0. 

5445 

0. 

5566 

0. 

5747 

0.7112 

2200 

0. 5570 

0. 5572 

0. 5570 

0. 5573 

0. 

5577 

0. 5588 

0. 5606 

0. 

5641 

0 . 

5742 

0. 

5895 

0. 7246 

2300 

0. 5782 

0. 5784 

0. 5783 

0. 5785 

0. 

5788 

0. 5797 

0. 

5812 

0. 

5842 

0. 

5927 

0. 

6C57 

0. 7381 

2400 

0. 5995 

0. 5996 

0. 5997 

0. 5997 

0. 

6000 

0.6007 

0. 

6020 

0.6045 

0. 

6118 

0. 

6230 

0.7517 

2500 

0.6208 

0.6210 

0.6210 

0.6210 

0. 

6212 

0.6219 

0.6230 

0. 

6251 

0. 

6314 

0.641 1 

0. 7656 

2600 

0.6422 

0. 6423 

0.6423 

0. 6424 

0. 

6426 

0.6432 

0. 

6441 

0. 

6459 

0. 

6513 

0. 

6598 

0.7797 

2700 

0.6637 

0.6638 

0.6639 

0  .6639 

0. 

6640 

0. 6645 

0. 

6653 

0. 

6669 

0. 

6716 

0. 

6790 

0.7940 

2800 

0.6853 

0. 6854 

0. 6855 

0. 6854 

0. 

6856 

0.6860 

0. 

6867 

0. 

6881 

0. 

6922 

0. 

6987 

0.8085 

2900 

0.7069 

0.7070 

0.7072 

0.7071 

0. 

7072 

0.7075 

0. 

7082 

0. 

7094 

0. 

7130 

0. 

7188 

0.8233 

3000 

0. 7286 

0.7287 

0. 7288 

0.7288 

0. 

7289 

0.  7292: 

0. 

7297 

0. 

7308 

0. 

7341 

0. 

7392 

0.  8383 

Table  7     Equllibrl\aiti  Thermal  Conductivitv  of  Soditun  Vapor 
(cal/sec.cm.°C)  x  10^^- 


T(°K)  Monomer  0.02  0.05 


Pressure,  atm 
0.1        0.2  0,5 


10 


Satu- 
ration 


500 
600 
700 
800 
900 
1000 
1100 
1200 
1300 
1400 
1500 
1600 
1700 
1800 
1900 
2000 
2100 
2200 
2300 
2400 
2500 
2600 
2700 
2800 
2900 
3000 


0. 3072 
0.3489 
0.3889 
0.4277 
0.4656 
0. 5027 
0.5393 
0.5754 
0.61 11 
0. 6466 
0.6819 
0.7171 
0.7523 
0.7874 
0.8225 
0.8577 
0.8930 
0.9284 
0.9639 
0.9996 
1.0355 
1.0715 
1. 1077 
1. 1441 
1. 1808 
1.2176 


0.961 1 
0.6772 
0.6092 
0.6072 
0. 6273 
0.6556 
0.6873 
0.7206 
0.7547 
0.7890 
0.8238 
0.8588 
0.8935 
0.9289 
0.9643 
1 .0000 
1.0360 
1.0717 
1.1078 
1.1448 
1.1815 
1.2187 


1.4624 
0.9022 
0.7073 
0. 6535 
0.6512 
0.6690 
0.6954 
0.7256 
0. 7579 
0.7913 
0.8253 
0.8599 
0.8947 
0.9297 
0.9650 
1.0005 
1 .0362 
1.0722 
1 .1084 
1.1446 
1.1813 
1.2180 


1 .2008 
0.8547 
0. 7266 
0.6898 
0.6908 
0.7085 
0.7341 
0.7636 
0. 7953 
0.8282 
0. 8620 
0.8962 
0.9310 
0. 9660 
1.0013 
1.0368 
1.0727 
1.1086 
1.1450 
1.1815 
1.2182 


1.6067 

1.0995  1, 

0.8595  1. 

0.7630  0, 

0.7332  0. 

0.  7343  0, 

0.7506  0. 

0.7747  0. 

0.8030  0. 

0.8338  0. 

0.8661  0. 

0.8994  0. 

0.9334  0. 

0.9679  0, 

1.0028  1. 

1.0381  1. 

1.0737  1. 

1.1095  1. 

1.1456  1. 

1.1821  1. 

1.2187  1. 


5736 
1729 

9539 
8496 
8076 
7985 
8072 
8258 
8503 
8784 
9088 
9407 
9736 
0074 
0419 
0768 
1122 
1479 
1840 
2204 


1 . 5100 
1 .1985 
1.0141 
0.9170 
0. 8724 
0.8584 
0. 8623 
0. 8770 
0. 8984 
0.9241 
0.9526 
0.9832 
1.0151 
0482 
0820 
1165 
1516 
1871 
2231 


1.5136 

1.2610 

1 .6487 

1 .0973 

1. 

4398 

1 

.  6965 

1.0015 

1. 

2798 

1 

.5369 

0.9513 

1. 

1693 

1 .4016 

0.9301 

1. 

0989 

1 

.2980 

0.9275 

1  .0584 

1 

.2244 

0. 9367 

1. 

0390 

1 

.1759 

0.9537 

1. 

0345 

1 

.1471 

0.9759 

1. 

0406 

1 

.1334 

1.0018 

1.0541 

1 

.131  1 

1 .0302 

1. 

0731 

1 

.1373 

1.0606 

1  . 

0961 

1 

.  1501 

1 .0924 

1  . 

1221 

1. 1678 

1.1252 

1. 

1503 

1 

.1893 

1. 1590 

1. 

1804 

1 

.2138 

1.1935 

1.2118 

1 

.2407 

1.2285 

1. 

2444 

1 

.2696 

0.4909 

0.  7525 
1  .0384 
1.2891 
1.4761 
1 . 5093 
1.6719 
1.7093 
1. 7244 
1. 7264 
1  .7214 
1.7134 

1.  ^047 
1  .6968 
1.6904 
1  .6859 
1.6836 
1 .6833 
1.6850 
1.6887 
1.6941 
1.7011 
1.7096 
1.7195 
1.7305 
1.7426 
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Table  8     Equllibrliorti  Thermal  Conductivity  of  Lithium  Vapor 

(cal/3ec,cm.°C)  x  10^ 


T(0K)  Monomer  0.02  0.05 


Pressure,  atm 
0,1        0.2  0.5 


10 


Satu- 
ration 

0. 5421 
0.6713 
0.8695 
1 .1479 
1 .4953 
1.8850 
2.2845 
2.6653 
3.0075 
3.3004 
3. 5416 
3.7335 
3.8817 
3.9929 
4.0736 
4. 12Q9 
4.1669 
4.  1890 
4.1997 
4.2015 
4.  1966 
4. 1867 
4. 1728 
4.1559 
4.1366 
4.1153 
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2200 
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1  .6007 

1.6215 

1  . 

6623 

2  30C 

1. 6402 

1 .6461 

1  .  6554 

1 .6704 

1  . 

7002 

2400 

1. 7008 

1.7057 

1.7120 

1 .7232 

1. 

7455 

2500 

1. 7617 

1  .  7658 

1.7702 

1  .7788 

1  . 

7957 

2600 

1.8229 

1.8266 

1  .8295 

1. 8362 

1  . 

8492 

2700 

1.8  8  45 

1  .8866 

1 . 889  8 

1  .8949 

1. 

905  1 

280C 

1.9465 

1 . 9494 

1.9507 

1  .9550 

1. 

9629 

2900 

2.0089 

2.0102 

2.0128 

2.0157 

2. 

C223 

3000 

2.0717 

2.0742 

2.0746 

2.0771 

2. 

0826 

3.  3504 
2.656  9 
2.2353 
1  .9036 
1 . 8633 
1 .8012 
1 . 7812 
1 . 7875 
1.9109 
1 . 8455 
1.8079 
1.0357 
1 .9873 
2. 0419 
2.0986 


3.5428 
2.9023 
2.4782 
2.2127 
2.0546 
1.9672 
1.9262 
1.9159 
1 .9263 
1.9509 
1.9855 
2.0272 
2.0741 
2. 1250 


,8067 
,2129 
,  7838 
,  4°C7 
,29^2 
,1801 
,1118 
,0791 
2.0713 
2.0815 
2.  1045 
2. 1370 
2.1766 


3.8531 
3.4032 
3.0522 
2.7913 
,604  7 
,4764 
,3927 
,  3^27 
.3182 
.3130 
,  3225 


3.8104 
3.4717 
3. 1Q70 
2.9823 
2.8214 
2.7040 
2.6223 
2.5692 
2. 53«8 
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r  Radial  distance  from  the  center  of  the  fine  wire 

r^  Pine  wire  radius 

r2  Outer  shell  radius 

t  Instantaneous  temperature 

t-j^  Instantaneous  temperature  of  the  wire 

t2  Outer  shell  temperature 

E.  IR  drop  across  the  fine  wire 

Major  rms  fundamental  voltage 

E^  Rms  third  harmonic  voltage 

E-,„  Bridge  output  rms  third  harmonic  voltage 
on 

I  Rms  current  passing  thro-ugh  the  fine  wire 

L  Length  of  the  fine  wire 

R  Gas  constant,  instantaneous  electrical  resistance 

R  Average  electrical  resistance  of  the  fine  wire 

Rj^  Thermocouple  voltmeter  resistance 

dR  First  derivative  of  electrical  resistance  with  respect  to  the 

"S^  average  wire  temperature 

T  Absolute  temperature 

Y  Ratio  of  specific  heats 

e  Time 

f  Density  of  the  test  gas 

f'  Density  of  the  fine  wire 

<^  Phase  shift  angle 

<y  Angular   frequency,  2irf 


cm 
II 

II 

Or, 


volts 

II 


amps 
cm 

ohms 


ohms/  C 

Or. 


K 


sec 
gm/cm 

radians 
radians /sec 
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Figure  1.     Theoretical  Frequency  Response  Curves  for  Radius  Ratio  (DR)  of  1000,  and 
Zero  Temperature  Jump  (TJF) ,  and  Thermal  Radiation  (QR). 


572 


0.1 


0.01: 


0.001 

0, 


TJF=0.32,QR=0,  COR- 3000 


g""'"TJF=0.32,  0R=0.25,  CDR  =  3000 
^      TJF^O.06,  CR^O,  COR  =3000, 

CC  J-^ 

S      TJF=0.08,  OR=0.06.  CDR= 


i       TJF^0.02,  OR^O,  CDR=  jfflO 


g  TJF-0.02,  QR=0.25,  CDR= 

S  TJF  =  0.02,  QR=0,  CDR= 

^  TJF=0.02,  aR=0, 

o  TJFiO.02,  GR 


.001 


0.01 


100 


Figure  2.    Fractional  Temperature  Jump  Correction  Term  as  a  Function  of  Conductivity 
Ratio  (CR)  for  Various  Values  of  Temperature  Jump  Factor  (TJF),  Thermal 
Radiation  (QR),  and  Volumetric  Heat  Capacity  Ratio  (CDR). 
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Figure  3.     Power, Measurement,  and  Calibration  Circuit  of  a  Hot  Wire  Transient 
Thermal  Conductivity  Cell. 
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BOILER  MEASDRBMEBT  CELL  FROZEN  SEAL 


Figure  4.     Hot  -/Ixre  Thermal  Conductivity  Cell  v/ith  Frozen  Metal  Seal 
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DETAILED  VIEW  OVERALL  VIEW 


Figure  5.     Hot  V/ire  Thermal  Conductivity  Cell  with  Brazed  Seal. 
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Figure  6.     V/orkinc  Curves  for  Thermal  Conductivity  Tests  on  Argon,  Flubidlum  and 
Ceslxim, 
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Figure  7.     Experimental  and  C'lculated  Thermal  Conductivity  Results  for  Cesiiim  Vapor. 
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Figure  8.     Experimental  and  Calculated  Thermal  Conductivity  Results  for  Rubidium 
Vapor , 
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Figure  9.     Experimental  and  C-jlculated  Thermal  Conductivity  Results  for  Potassium 
Vapor. 
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Figure  10.  Experimental  and  Calculated  Thermal  Conductivity  Results  for  Sodium  Vapor. 
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Recent  Developments  at  Bellevue  on 
Thermal  Conductivity  Measurements 
of  Compressed  Gases 

B.  Le  Neindre,  P.  Bury,  R.   Tufeu,  P.  Johannin, 
and  B.  Vodar 

Laboratoire  des  Hautes  Pressions  -  C.N.R. S. 
Ij  Place  A.  Briand  -  Bellevue  -  (France) 


In  this  paper  we  give  a  description  of  an  apparatus  adapted  to  the  measurement 
of  the  thermal  conductivity  of  gases  in  the  temperature  range  from  25  to  700°C  and 
at  pressures  up  to  120x10^  N/m^  (1200  bar). 

The  concentric  cylinder  method  was  used  with  different  gaps   (from  0.2  to  0.25  mm) 
and  with  a  temperature  difference  from  1  to  4  deg  C  between  cylinders. 

Tables  giving  experimental  thermal  conductivity  values  are  presented  for  argon, 
nitrogen,  methane,  carbon  dioxide  near  25°C,  and  helium  near  30°C  in  the  pressure 
range  up  to  120x10^  N/m2  (1200  bar). 

The  data  are  estimated  to  be  accurate  within  1.5  per  cent;  however,  in 
general,  the  data  are  consistent  v^ithin  0.5  per  cent. 

Key  words:     Gases,  pressure,  radial  heat  flow. 


1.  Introduction 

Over  the  last  decade  there  has  been  interest  in  thermal  conductivity  coefficients  of  the  dense 
gaseous  and  liquid  phases.     The  relevant  experimental  data  were  needed  for  the  development  of  indus- 
trial plants  working  at  high  pressure  and  temperature.     Therefore,  the  study  of  thermal  conductivity 
has  been  undertaken  for  water (1),  heavy  water  (2)  in  the  liquid  and  gaseous  phases,  helium,  and  carbon 
dioxide.     On  the  other  hand,  in  order  that  the  validity  of  any  given  theory  of  the  non- equilibrium 
state  might  be  assessed,  there  is  a  need  for  experimental  data  of  thermal  conductivity  coefficients 
of  the  simplest  molecules,  i.e.  argon,  nitrogen  and  argon-helium  mixtures. 

2.     Description  of  Method  and  Details  of  Apparatus 

A  vertical  concentric  cylinder  method  has  been  used  for  these  measurements.     The  experimental 
method  and  the  design  and  assembly  have  been  described  in  several  papers  (1,  2,  3,  4,  5).     Some  con- 
structional details  and  modifications  of  the  apparatus  are  summarized  here. 

In  this  method  heat  is  generated  in  the  inner  cylinder  (or  emitter)  and  passes  outward  through  a 
narrow  gap  (between  0.2  and  0,25  mm)  to  the  outer  system,  consisting  of  the  outer  cylinder  and  of  two 
centering  pieces  (fig.  1).     The  fluid  under  test  is  contained  within  the  annulus. 

The  use  of  end  guards  at  the  inner  cylinder  has  been  avoided  by  judicious  location  of  thermo- 
couples, and  by  proper  nonuniform  heating  of  the  inner  cylinder  to  compensate  for  end  effects. 


Figures  in  parentheses  refer  to  literature  references  cited  at  the  end  of  this  paper. 
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The  inner  cylinder  has  been  mounted  within  the  outer  cylinder  by  five  insulating  plugs.     From  the 
emitter  heat  is  transferred  by  conduction,  convection  and  radiation  through  the  fluid  and  conduction 
through  the  insulating  plugs,   thermocouples  and  resistance  leads.     At  ambient  temperature,  and  far 
from  the  critical  point,  heat  is  transferred  almost  entirely  by  conduction  through  the  fluids,  the 
leads,  and  the  ceramic  supports. 

The  experiments  show  that  the  thermal  contact  resistance  between  ceramic  supports  and  silver  is 
not  completely  negligible.     Therefore,  it  is  not  possible  to  calculate  the  heat  losses  due  to  these 
supports.     The  thermal  resistance  of  the  system  has  been  treated  as  if  it  were  composed  of  two  thermal 
conductances  in  parallel.     With  insulating  plugs  of  quartz  the  "parallel"  heat  transfer  by  leads  and 
ceramic  suppoij-ts  has  been  found  equal  to  1.8x10"^  W  m'deg"-'-  for  a  gap  of  0.25  mm  using  the  value 
17.35x10"    m    deg"-'-  for  the  thermal  conductivity  of  argon  at  25°C  and  0.1x10^  N/m^. 

Several  experiments  have  been  done  with  different  numbers  and  kinds  of  plugs,  and  different  types 
of  gases.     These  experiments  have  shown  that  the  "parallel"  heat  transfer  is  a  constant  at  25°C. 

The  electrical  capacitance  of  the  cell  measured  in  air  at  room  temperature  determines  the  goemet- 
rical  constant  of  the  cell  which  enters  into  the  calculation  of  the  thermal  conductivity  coefficient. 

The  thermal  conductivity  cell  is  placed  in  a  high  pressure  vessel  heated  externally  by  a  vertical 
solid  thermostat  in  copper  (fig.  2).     The  heating  unit  consists  of  six  electrical  heaters,  each  heater 
is  associated  with  a  hand  operated  variable  transformer  and  a  Pt  -  Pt  107„  Rh  thermocouple.     Power  to 
each  element  is  hand  controlled  so  that  the  longitudinal  gradient  is  negligible.     Input  voltage  to  the 
variable  transformers  is  controlled  by  an  automatic  temperature  regulator.     The  sensing  element  of  the 
temperature  regulator  is  a  Pt  -  Pt  10%  Rh  thermocouple  located  on  the  outside  of  the  central  heater  so 
as  to  minimize  the  time-lag  in  regulation;  temperature  stability  was  better  than  0,  1  deg  C,     The  large 
thermal  inertia  of  the  high  pressure  vessel  and  the  small  time-lag  in  temperature  regulation  insure  a 
complete  absence  of  detectable  temperature  fluctuations  in  the  thermal  conductivity  cell. 

The  pressure  in  the  high  pressure  vessel  is  measured  by  means  of  Bourdon  type  gauges  manufactured 
by  Heise  Co.   (USA).     Temperature  differences  between  emitter  and  receiver  are  accurately  measured  by 
means  of  eight  Pt  -  Pt  10%  Rh  thermocouples  connected  in  series.     The  emf  of  the  thermocouples  is 
measured  by  means  of  a  Wenner  potentiometer  (Leeds  &  Northrup  Co.)  with  a  Keithley  null  detector,  the 
sensitivity  of  which  is  better  than  0.1  kV. 


3.    Measurements  and  Results 

Since  stabilization  of  temperature  requires  a  rather  long  period  of  time,  all  measurements  have 
been  made  at  constant  temperature  and  varying  pressure.     A  variation  of  pressure  also  produces  a  slight 
change  in  the  temperature  equilibrium  due  to  the  heat  of  compression  and  the  modification  of  the 
temperature  distribution  in  the  high  pressure  vessel.     The  time  necessary  to  reach  equilibrium  under 
these  conditions  is  highly  dependent  on  the  thermal  conductivity  of  the  gas  used  in  the  experiment;  it 
takes  about  one  hour  for  argon  and  less  for  the  other  gases.    Measurements  have  been  made  in  general 
at  decreasing  pressures  with  some  verification  points  at  increasing  pressures. 

The  aim  of  this  work  was  to  provide  thermal  conductivity  coefficients  of  fluids  in  large  tempera- 
ture and  pressure  ranges.     Because  of  difficulties  in  making  measurements  under  high  pressure  at 
constant  temperature,  an  attempt  was  made  to  find  empirical  relations  for  the  variation  of  thermal 
conductivity  coefficients  with  pressure.     As  it  will  be  shown  subsequently,  the  relation 

A\„      =  X        -  X       =  f(p)  . .   .  (1) 

P,T        P,T  o,T 

2 

is  true  for  a  gas  in  a  large  temperature  and  pressure  range  (where  \        is  the  thermal  conductivity 
coefficient  at  density  p  and  temperature  T,  Xo,T  is  the  thermal  conductivity  coefficient  at  density 
zero  and  temperature  T.)     It  is  possible  to  use  this  relation  to  interpolate  and  extrapolate  the 
experimental  thermal  conductivity  coefficient  of  a  gas. 

On    the  other  hand,  assuming  that  this  relation  can  be  applied  to  another  gas,  a  measurement  of 
thermal  conductivity  as  a  function  of  temperature  up  to  T'C  and  another  measurement  as  a  function  of 
pressure  up  to  P  N/m^  along  an  isotherm  provide  thermal  conductivity  coefficients  in  the  pressure- 
temperature  range  desired. 


It  may  be  recalled  here  that  for  a  larger  range  (1600  bar  and  700°C)  some  deviations  from  this 
sample  relation  were  observed  for  nitrogen  (3)  (A). 
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All  measurements  have  been  plotted  in  the  (\,p)  diagram.     The  first  measurements  have  been  carried 
out  for  different  gases  near  25°C  at  pressures  up  to  120x10^  N/m^  (1200  bar).     The  thermal  conductivity 
coefficient  has  been  calculated  at  25'^C  using  eq  (1)  at  constant  density: 


''p.T  "  ^o,T  =  ^p,25°C  ■  ''o,25°C 
'^p.T  -  ^p,25°C  =  ^o,T  ■  '^o,25°C 


It  is  found  that  the  variation  of  the  thermal  conductivity  coefficient  at  atmospheric  pressure  is  a 
linear  function  of  the  temperature  in  a  large  interval  around  25°C: 

'^CT  =  ^o,25°C  +  a(T  -  25)  (4) 

so  that  eqs  (3)  and  (4)  give 

'^p.T  -  >^p,25°C  =  a(T  "  25)  '  (5) 

The  accuracy  of  the  data  obtained  for  \  is  estimated  to  be  1.57„, 


3.1     The  Thermal  Conductivity  Coefficient  of  Argon 


The  gas  was  commercial  argon  with  a  purity  of  99.995%.    Measurements  have  been  carried  out  vjith 
two  gas  thicknesses,  one  of  0.2  and  another  of  0.25  mm.     The  results  are  presented  in  table  I.  The 
density  p  was  deduced  from  the  compressibility  isotherms  (6)   (7),     The  last  column  of  the  table  gives 
the  thermal  conductivity  coefficients  calculated  at  25°C  using  eq  (5)  and  the  value  a  =  0.044.  Thermal 
conductivity  is  plotted  as  a  function  of  density  and  compared  with  results  obtained  by  Michels,  Sengers 
and  Van  der  Klundert  (8)  in  figure  3.    Our  reeults  agree  with  theirs  quite  satisfactorily  up  to 
700  kg/m    being  1%  higher  thereafter,  which  is  still  within  the  limits  of  our  accuracy. 

Measurements  have  recently  been  carried  out  from  25°C  to  700°C  and  pressures  up  to  100x10^  N/m^ 
(1000  bar).     The  accuracy  of  these  data  is  1.5%  from  25°C  to  300°C  and  4%  from  300  to  700°C.  In 
figure  4,  \  versus  density  is  plotted.     The  marked  points  have  been  cross-plotted  from  isobaric  curves 
of  the  X  -  T  diagram  made  from  experimental  data. 

To  a  first  approximation,  as  can  be  seen  in  this  diagram,  all  the  isotherms  can  be  obtained  by 
translation;  along  the  \  axis,  and  this  within  the  limits  of  our  accuracy,  so  we  think  that  the 
relation  given  by  eq  (5)  is  verified. 

Our  data  are  always  lower  than  the  values  of  Tsederberg,  Popov  and  Morozova  (9)  with  the  devia- 
tion being  as  large  as  8%. 

3.2     The  Thermal  Conductivity  Coefficient  of  Nitrogen 

The  results  are  presented  in  table  II,  where  the  density  p  was  calculated  from  the  compressibi- 
lity isotherm  (10).     The  last  column  of  the  table  gives  the  thermal  conductivity  coefficient  at  25°C 
calculated  using  eq  (5)  and  the  value  a  =  0.065.     Thermal  conductivity  is  plotted  as  a  function  of 
density  and  compared  (fig.  5)  with  the  results  obtained  by  Michels  and  Botzen  (11),  and  by  Misic  and 
Thodos  (12).     The  deviation  of  our  results  from  those  of  these  last  authors  is  in  general  less  than  3%. 


3.3    The  Thermal  Conductivity  Coefficient  of  Methane 

Methane  was  obtained  from  "Air  Liquide"  in  Paris  and,  as  specified  by  the  suppliers,  has  a 
purity  of  99,99%.     The  density  p  has  been  calculated  from  the  equation  of  state  of  Benedict,  Webb  and 
Rubin  with  the  coefficients  proposed  by  Katz,  et  al^  (13). 

The  agreement  between  these  calculated  values  of  thermal  conductivity  and  the  experimental  data 
of  Deffet  and  Ficks  (14)  is  better  than  0.5%. 


(2) 
(3) 
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The  results  are  presented  in  table  III,  where  the  thermal  conductivity  coefficient  at  25°C  was 
calculated  by  using  eq  (5)  with  the  coefficient  a  =  0,152. 

In  figure  6,  X  is  plotted  as  a  function  of  density  and  is  compared  with  the  results  of  Golubey  (15 
and  those  of  Misic  and  Thodos  (16).     The  data  found  in  all  these  experiments  show  a  satisfactory  agree- 
ment in  the  low  density  range.     At  high  density  the  deviation  between  our  results  and  the  data  of  Misic 
and  Thodos  reaches  127o.     Comparison  of  the  25°C  isotherm  to  upper  isotherms  shows  the  distortion  in  the 
critical  density  range. 

The  data  of  Stolyarov,  Ipatiev  and  Teodorovice  (19)  for  the  thermal  conductivity  of  methane  do 
not  exhibit  good  consistency  and  hence  are  not  included  in  our  data  comparison. 

3.4    The  Thermal  Conductivity  Coefficient  of  Carbon  Dioxide 

For  carbon  dioxide  and  other  gases  which  have  high  critical  points,  such  as  ethane,  it  is  diffi- 
cult to  find  a  reference  isotherm.     At  25°C  the  saturation  line  is  crossed  and  anomalies  can  occur  near 
this  curve.     In  the  critical  region,  measurements  of  the  transport  coefficients  are  hampered  by  the 
fact  that  gravity  can  easily  generate  convection  currents  and  convective  heat  flow.     The  compressed  gas 
has  been  obtained  by  vaporization  of  the  liquid  of  99.957„  purity. 

In  table  IV  some  data  are  presented  near  the  25°C  isotherm  for  densities  far  from  saturation. 
The  density  has  been  deduced  from  the  compressibility  data  of  Michels,  et^  a_l  (18)  and  Kennedy  (19).  In 
the  last  column  the  thermal  conductivity  coefficient  at  25°C  has  been  calculated,  using  eq  (5) 
with  a  =  0,082. 

In  figure  7,  where  \  is  plotted  as  a  function  of  p,  it  can  be  seen  that  the  differences  for  con- 
stant density  between  the  isotherm  at  132°C  and  the  isotherm  at  25°C  are  approximately  the  same  if  one 
stays  far  from  the  saturation  line.     Therefore,  eq  (5)  can  be  used  to  calculate  the  thermal  conducti- 
vity coefficient  at  25°C,     The  deviations  from  the  data  of  Michels,  Sengers  and  Van  der  Gulik  (20)  are 
less  that  the  1,57=,  accuracy  limits  claimed  by  us. 

3.5     The  Thermal  Conductivity  Coefficient  of  Helium 

Helium  gas  was  obtained  from  the  Air  Products  Company  (United  States)  with  a  specified  purity  of 
99.997%,     The  results  are  presented  in  tables  V  and  VI.     The  data  in  table  VI  were  obtained  in  experi- 
ments on  thermal  conductivity  coefficients  of  argon-helium  mixtures  and  are  comparable  with  the  values 
obtained  by  Johannin,  et  a_l  (4)  on  helium.     The  thermal  conductivity  coefficient  at  30°C  was  calculated 
using  eq  (5)  with  a  =  0.317,  and  where  the  density  was  deduced  from  compressibility  data  (21,  22). 

In  figure  8,  where  \  is  plotted    in  terms  of  density,  it  can  be  seen  that  for  densities  up  to 
10  kg/cm  ,  the  scatter  in  the  experimental  points  approaches  our  1.5%    error  limit.     For  higher  densi- 
ties the  consistency  is  better  and  our  results  agree  satisfactorily  with  the  data  of  Tsederberg, 
et  al  (23). 

At  densities  from  0.15  to  10  kg/m    an  accommodation  effect  associated  with  the  condition  of  the 
surface  was  shown.     It  can  be  calculated  by  extrapolation  of  the  thermal  conductivity  coefficients  in 
terms  of  the  reciprocal  of  the  pressure.     At  these  densities  an  impurity  effect  due  to  outgassing  of 
the  metallic  walls  should  also  be  considered. 


3.6    The  Thermal  Conductivity  Coefficient  of  Argon-Helium  Mixtures 

Recently,  a  study  of  mixtures  of  noble  gases  has  been  carried  out.     In  figure  9  the  thermal 
conductivity  coefficient  is  plotted  in  terms  of  pressure  and  in  figure  10  in  terms  of  composition. 
A  good  correlation  exists  between  our  results  and  the  data  of  Iwasake  and  Kestin  (24)  on  the  vis- 
cosity of  argon-helium  mixtures. 

3.7    The  Thermal  Conductivity  Coefficient  of  Steam 

The  thermal  conductivity  coefficient  of  steam  is  of  great  industrial  interest  and  several  stu- 
dies have  been  carried  out  in  the  world.     A  first  investigation  has  been  made  from  100  to  334°C  and 
from  0.1x10"  N/m^  (1  bar)  up  to  the  saturation  pressure  in  a  tight  cell,  but  mechanical  stresses  caused 
by  thermal  expansion  have  adversely  affected  the  results.     A  new  study  has  been  undertaken  over  a 
larger  temperature  range. 
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By  now,    several  measurements   have   been  carried  out   at   high  temperatures,  and  the 
results   will    be   published   next    year.    Agreement  of  our  results  with  the  most  reliable  existing 
•data  is  satisfactory.     The  sensitivity  and  the  reproducibility  of  the  method  is  high,  and  the  accu- 
racy is  great  enough  for  industrial  applications  but  perhaps  insufficient  for  theoretical  investiga- 
tion. 

TABLE    I  > 
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Table  II 

Thermal   Conductivity  of  Nitrogen 
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36 

5 
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37 

8 

21.6 
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38 
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45 

6 
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47  .  6 

47 

2 

40.0 
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50 
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58  .  1 

57 

8 
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2.87 
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58 

2 
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29  .  1 

3.21 

63,6 

63 

3 

74.2 
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2  .  37 

72  ,  3 

72 

0 
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28  ,  7 

2  .82 
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72 

7 
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2,29 

7  4,0 

73 

6 

84.2 
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8 

85.6 
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77 

9 
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80.4 

80 . 

1 

94.6 
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8  3.5 
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3 
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29  .  8 

2,01 

84.8 
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5 
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28  ,0 

2  ,  36 
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87  , 

5 
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2  ,  32 

89.2 

89. 

0 

107  .  5 
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4 
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588 

27,8 

2  ,  27 

91.2 
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0 
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2.21 

94,0 
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TABLE  III 
Thermal   Conductivity  of  Methane 


P  X  10 


0.  1 
0.14 

1.0 
1.0 
4 
O 


4 
5 
5 
7 
10 
10 
10 
13 


14.  7 

16.3 

18  .  5 

20 

21 

22 

26 

30 

32 

38 

40 

45 

50 

51 

58 

60 

69.0 

71.  5 

78  .  5 

82.1 

87.0 

93  .  9 

95.9 
101 .  7 
103.  6 
10  6.9 
116  .  2 


kg  /m' 


0.  64 
0.91- 


6.5 

6.5 
29  .  5 

35.1 
40.0 
52.0 
76.8 
74.3 
78  .  3 

10  3  . 

115  . 

125 

142 

159 

164 

168 

193 

215 

217 

241 

250 

2  60 
275 
274 
287 
294 
30  4 
310 
317 
323 
326 
333 
335 
341 

3  42 
344 


T 

°C 


34 
25 
31 
25 
30 
25 
33 
29 
25 
31 
28 
31.0 
26.2 
30 
29 


25 

28 
30, 
29  , 
25  , 
29 
29 
25  , 
29  , 
25  , 
29  . 
28  , 
25 
28  , 
25  , 
28 
25  , 
28  , 
25 
28 
25 


28.0 
28.0 

28.2 


At 


98 
54 
98 
50 
69 
29 
51 
43 
54 


3.08 
3  .  12 


81 
73 
61 
45 
17 
27 
24 
05 
77 
87 
71 
76 
58 
84 
49 
40 
70 
29 
70 
21 
70 
15 
71 
10 
80 
06 
1.04 
1.00 


Ax  10^ 


35.6 
34.5 
35.8 
35.0 
38  .8 


38  , 
40. 
41, 
45  , 


46  .  8 
46.3 

51 


53. 

55  . 
59  . 
62  . 
64. 
65  . 
71, 
77,0 
78  .7 
86.3 
89,0 
93  ,  8 


99  . 

99  . 
106. 
108  . 
115  . 
118  , 
123  . 
126.8 
129  .  5 
134.4 
136.  4 
141 .  1 
141 ,  9 
143  .  5 
150.  6 


Wm"''^  deg 


34. 
34. 
34. 
34. 

37  , 

38  . 
39. 
41. 
45  . 
45  .  8 
45  .8 
50.  4 
53.0 
54.9 
58  .  6 

62  .  5 

63  .  7 
64.  6 
70.  9 
77.0 
78  .  1 
85,7 
89.0 
93.2 
99.  6 
99.3 

106,0 


108  . 
115  . 
118  . 
122  . 
126. 
129.0 
134.3 
135  .9 
141.0 
141.  4 
143  .  1 
160.  1 
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Table  IV 

Thermal   Conductivity  of    Carbon  Dioxide 


P  X   10  ^ 

N /m 

1  3 

0 

T 

At 

°c 

Wm  deg 

X  2  5  o  Q 

l.im  ~  1 

wm 

xl03 
—  1 

deg 

0,1 

1.72 

35 

0 

3  . 

7  3 

1  n 

1  / 

.  1 

16. 

3 

0.  1 

1 .  72 

35 

4 

3  . 

72 

17 

, 

16  . 

4 

0.^8 

7  .  1 

22 

8 

3  , 

65 

lb 

-  3 

16. 

7 

0,  45 

8  .  3 

22 

6 

3  , 

64 

1 6 

,  5 

16. 

7 

0,83 

14 .  8 

3  4 

6 

3  , 

64 

1  / 

(1 
,  D 

16. 

8 

2  .00 

39 

30 

9 

3  , 

2  4 

-1  Q 

lo 

,  o 

17  . 

8 

2.34 

41 

3  3 

8 

3  , 

40 

1  O 

ly 

.  w 

18  . 

2 

2  .  65 

5  6 

22 

4 

3  , 

29 

1  Q 

lo 

o  J 

18  . 

7 

5.51 

164 

2  2 

5 

3  , 

43 

o  n 

*i  / 

,  4 

5  .  58 

172 

i\J 

5 

2  , 

5  5 

2.  y 

Q 

,  o 
.  U 

5  .  69 

174 

i  1 

5 

2  . 

11 

oU 

13  .  1 

808 

32 

9 

1 . 

66 

90 

.  3 

10,7 

8  40 

2  3 

6 

3  , 

13 

96 

.0 

y  D . 

2, 

16.2 

8  42 

3  3 

0 

1 . 

55 

96 

,  1 

9  5  . 

b 

18  .8 

8  66 

33 

0 

1 , 

49 

100 

,  3 

y  y . 

/ 

19.5 

872 

33 

0 

1 . 

46 

101 

,  9 

10  1 . 

19  ,  7 

875 

32 

3 

2  . 

64 

10  3 

.  9 

10  3  . 

■? 

O 

21,1 

927 

23 

4 

2  , 

69 

112 

,  4 

112  . 

o 

22  ,  9 

896 

32 

2 

2  . 

53 

108 

.  4 

lU  /  . 

Q 

30,  8 

976 

2  3 

2 

2  . 

45 

12  3 

.  6 

1  O  T 
U  O  . 

Q 

O 

32  .  3 

95  4 

30 

6 

2  . 

21 

120 

.  5 

12U  . 

U 

41.  2 

1015 

2  3 

1 

2  . 

27 

133 

.  8 

ITT 

loo. 

o 

42  .  1 

996 

30 

0 

2  . 

04 

130 

.8 

130  . 

3 

51.0 

10  43 

22 

9 

2  . 

14 

142 

.  1 

142  . 

3 

53.2 

1028 

29 

4 

1  . 

89 

140 

.  8 

140  . 

4 

62  ,  7 

1071 

22 

7 

2  . 

01 

151 

.  3 

151 

1 

68  .  8 

1062 

31 

6 

1  , 

83 

150 

.  9 

150 

4 

74.0 

109  4 

22 

5 

1 , 

91 

159 

.  6 

159 

8 

82  .  4 

1110 

22 

4 

1 . 

84 

165 

.7 

165 

9 

95.0 

1131 

22 

3 

1 . 

77 

172 

.  4 

172 

7 

10  4,  1 

1145 

22 

1 

1 . 

72 

177 

.  5 

177 

8 
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Thermal   Conductivity  of  Helium 
Table  V 


P  X  10"^ 

^  3 

kg/m 

T 
°C 

At 

°c 

Ax  10^ 

Wm  -"-deg 

-I  -1 

Wm  dog 

0  o  1 

37.8 

2  .  22 

153.6 

151.1 

0  o  5 

yJ  a  o  ^ 

37  ,  6 

2.23 

15  4.6 

15  2.2 

1 »  8 

*s  o  /  D 

37.5 

2.22 

15  5.3 

152.9 

3  .  7 

D  0  OKJ 

3  5.5 

2.21 

15  6.2 

X  o  -± .  o 

4 . 0 

A     1  A 

37.3 

2  .  20 

157.0 

±  o  -±  .  / 

O  o  o 

1  n  o  fi 

37.1 

2  ,  17 

158.8 

15  6  6 

/  o  X 

1  n  Q 

35.2 

2  .  18 

158.6 

15  6  9 

lU  a  U 

3  6.9 

2  .  15 

1 60  .  5 

158  3 

1  A  c 

lU  8  b 

3  5.0 

2.16 

1  60  .  6 

15  9  1 

1  O  /I 

Xo  ,  /  o 

29.3 

2,16 

160  .  4 

1 60  6 

"1  o  c 
-L  J  o  o 

Xo  0  4t 

36.7 

2.13 

161.0 

15  9  8 

1  tr 

*>  o  ft 

3  4.7 

2  .  12 

163.2 

161.8 

1  D  o  / 

'4  0  X 

3  6.5 

2  .  10 

164.  1 

162.0 

on  c 

^  y  o  0  w 

36.2 

2  .08 

165,8 

163.8 

O  -1  c 

*i  1 8  b 

OW  o  D 

34.6 

2  .09 

165,9 

164  5 

J  b  o  ^ 

c:  T 
0  0,0 

35  .  9 

2,06 

167,9 

16  6  0 

oU  .  b 

40  O 

35  .  5 

2  .03 

170  ,  4 

168  7 

o  JL  »  b 

41  "7 
"^X  ,  / 

34.2 

2  ,04 

170  .  4 

1  fiQ  n 

-L  D  ^  .  W 

0  0,4 

4Q  O 

4y  .  u 

3  5.2 

2  .00 

17  3.0 

1  ^7  1  zl 

3  3.9 

1.99 

17  4.7 

X  /  o  .  o 

c:  ft 

O  O  o  O 

34.8 

1.97 

17  5.8 

17  4  3 

/I  Q 

D  O  0  O 

3  4.5 

1.94 

178.8 

177  4 

A  c;  o 

3  3,6 

1.94 

178  .  9 

17  7  8 

0  /  ,  0 

•70  ft 

/  *i  o  o 

31.2 

1 .  92 

18  1.8 

18  1  4 

c;  Q  A 

7  4  O 

3  3.2 

1.91 

18  2.6 

18  1  5 

Q 

■7  O 
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1.87 

18  4.0 
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•  O 

7  "7  O 
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1 .  90 

18  3.6 

18  3  3 

Do,/ 

8  1 B  6 
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1.89 

18  5  . 0 

1  ft  ^  R 
X  o  ^  .  o 

O  /I 

8  4,0 

3  2.9 

1.86 

18  7.4 

IRA  c: 
xo  O  o  o 

HA  C 
/  4t  ,  b 

8  8,6 

3  3.4 

1.84 

18  9  .  8 

1  R  ft  "7 
X  o  o  .  / 

/  y .  J. 

O  '7  A 

y  o  .  u 

31,7 

1.82 

191.2 

1  on 

X  y  w  .  o 

O  ±   o  4 

9  4,8 

3  3.0 

1.81 

192.7 

1  Q  1  n 

X  ^  X  .  / 

C  '7 

O  /  o  D 

100  o  4 

3  2.3 

1.79 

19  5.0 

1  Q  4  T 

X  y  ^  .  0 

102  ,  4 

32  6 

1,77 

19  7.0 

1  Q  A  O 

X  y  D  o  <i 

■1  A  C  A 

32  . 1 

1.76 

197  .  9 

X  y  /  .  »i 

O  "7  G 

y  /  ■  o 

108  a  9 

32.0 

1.75 

19  9.8 

1  Q  Q  0 
X  y  y  . 

OR  T 

yo  »  0 

1  A  Q  /I 

xwy  a  4 

31.8 

1.75 

200  .  2 

199  7 

Xvj  4 ,  y 

X  X  4t .  o 

31.6 

1 .  72 

203  . 0 

202  6 

1  n  Q 

X  X  b  ,  4 

31.5 

1 .  72 

203.7 

20  3  2 

106,  2 

115  ,  6 

31.8 

1.  72 

203  .  3 

202  .  8 

108,9 

117.  6 

31.5 

1.71 

205  .  2 

204.  7 

112.8 

120.  6 

31.6 

1.  69 

20  6,  4 

205  .  9 

1  1  R 
-L  X  O  ,  O 

1  O  i  A 
X  <i  ±  ,  4t 

31.6 

1,  69 

207  . 0 

20  6 .  6 

118.7 

125  . 0 

31.5 

1 ,  67 

209  ,0 

208  .  5 

121 .  8 

127  2 

31,4 

1,66 

209  .  8 

2  10  .  2 

12  5.3 

12  9,8 

31.4 

1,  65 

211.5 

211.1 

128 . 5  j 

132.2 

31.4 

1.  64 

212  .  9 

212.4 

Table 

VI 

0.  1 

0  .  16 

31.9 

2.52 

152,9 

152.3 

0,79 

1,  20 

31.6 

2  ,  48 

155.3 

155.4 

1.76 

2.74 

31.2 

2  ,  47 

15  6'.  6 

15  6.3 

3  .  48 

5  .  43 

30  .  8 

2  .  46 

157  .  2 

157.0 

6.  90 

10.  5  9 

30.  4 

2  ,  44 

158  .  4 
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10  .  44 

15.82 

29.8 

2  .  42 
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14.  55 

21.71 

29.0 

2  .  39 

161.  4 

161 .  9 

14.  55 
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29  .0 

2  .  40 

161.  3 

161.  7 

587 


4  References 


! 1)    Le    Neindre   B. ,    Johannin  P,,    VcdHr  B. 
C.R.    Acad.    Sci.    Paris   258 ,  3277(1964) 

(2)  Le   Neindre   B.,    Johannin  P.,    Vodar  B. 
C.R.    Acad.    Sci.    Paris   260,    67    (19  65) 

( 3 )  Johannin  P. 

Journal   de  Recherches  C.N.R.S. 
43 ,    116  (1958) 

(4)  Johannin  P.,    Vodar    B. ,    Wilson  H. 
Progress   in  International  Research 
on  Thermodynamic    and  Transport 
Properties   A.S.M.E.    418,  (1962) 

(5)  Johannin  P.,   Le  Neindre   B.,   Vodar  B. 
Experimental  methods   to  study 
thermal  conductivity  coefficients 

of   fluids   -  Sixth  Conference  on 
Thermal  Conductivity.    N.P.L.  London 
July  1964 

(6)  Michels   A.,    Sengers   J.V.  and 
Van  (3er  Gulik  P.S. 

Physica  £8,    1216    (19  62) 

(7)  Michels   A.,    Wijker   Hub  and 
Wijker  Hk 

Physica  JL5,    627  (1949) 

(8)  Michels  A.,    Sengers   J.V.  and 
Van   der   Klundert  L.J.M. 
Physica  2£,    149  (1963) 

(9)  Tsederberg  N.V.,    Popov  V.N.  and 
Morosova  N.A. 

Teploenergetika ,    6,    82  (1960) 

(10)  Michels  A.,    Lunbeck  R.J.,  and 
Wolkers  G.J. 

Physica,    17,    801  (1951) 

(11)  Michels  A.,    Botzen  A. 
Physica,    19,    585  (1953) 

(12)  Misic  D. ,   Thodos  G. 

A.I.    Ch.    E.    Journal,    IJ.,    650  (1965) 


(  13) 
(  14) 

(15) 
(16) 
(17) 

(  18  ) 


(19) 

(20) 

(21) 
(22) 

(23) 
(24) 


Katz  D.L.    and  Others 
Handbook   of    Natural  Gas  Engineering 
Mc  Graw  Hill   Book  Company, N.Y. 
( 1959  ) 

Def f et   L , ,    Picks  F. 
Advances    in  The r mo p hys ic a 1 
Properties   at   Extreme  Temperatures 
and  Pressures  Purdue.  A.S.M.E. 
( 1965 ) 

Golubev   I . F . 

Teploenergetika,    12_,    78  (1963) 

Misic   D. ,    Thodos  G . 
Physica,    32.,    885  (1966) 

Stolyarov  E.A.,    Ipatiev  V.V.  and 
Teodorovich  V.P. 

Zhur   Fiz.    Khim.    2_4,    166  (1950) 

Michels  A,,    Michels  C. 
Proc .    Roy.    Soc.  (London) 
160   A. ,    348    ( 1937 ) 

Michels  A.,   Michels  C,    Wouters  H. 
Proc.    Roy.    Soc.  (London) 
153   A. ,    214    ( 1935 ) 

Michels  A.,    Blaisse   B.,   Michels  C. 
Proc.    Roy.    Soc.  (London) 
160   A. ,    358    ( 1937 ) 

Kennedy  G.C. 

American  Journal  of  Sciences 
252 ,    225  (1954) 

Michels   A. ,    Sengers   J.V. ,  and 
Van  der  Gulik  E.S. 
Physica,    28^,    1201  (1962) 

Michels   A.,    Wouters  H. 
Physica,    8^,    923,  (1941) 

Wiebe  R.,   Graddy  V.W.,    Heins  C. 
J.    Amer.    Chemical  Society 
53 ,    1721  (1931) 

Tsederberg   N.V. ,    Popov  V.N. , 
Morozova  N.A. 

Thermo-Physical  Properties  of 
Helium.   Go s e ner go izda t  (1961) 

Iwasaki  H.    ,    Kestin  J. 
Physica,    29,    1345  (1963) 


588 


Figure  1.     The  thermal  conductivity  cell. 

Ci,  external  cylinder;  internal  cylinder; 

Gi,  and  G2,  centering  pieces;  R,  heater; 
T,  thermocouple  hole;  A,  isolating  plug' 
P,  ceramic  piece;  F,  spring. 


Figure  2.     The  thermostat  and  the  high  pressure 
vessel. 

B,  high  pressure  vessel;  F,  thermostat;  L,  rock- 
wool  isolating;  C,  water  jacket;  S,  isolating 
support,        R2  R3       R5        heaters;  Tr ,  control 
thermocouples;  T^, ,  measuring  thermocouple;  I, 
isolating  piece. 
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Figo    3     -     The   thermal  conductivity  coefficient   of   argon  at   25°C  versus  density 
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Fig.    4     -     Isotherms  of   thermal  conductivity  coefficients  of  argon  versus  density 
from  25''C     to  700°C 
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Fig.    5     -     The  thermal  conductivity  coefficient   of   nitrogen  at   25°C  versus  density 
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Fig,    6     -     The   thermal   conductivity  coefficient    of   methane   at    25°C  versus  density 
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Fig.    7     -     The   thermal  conductivity  coefficient   of  carbon  dioxide  versus  density 
at   25°C  and  132°C 


Fig.    8     -     The   thermal  conductivity  coefficient   of   helium  at    3Q°C  versus  density 
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Fig,    9     -     The   thermal  conductivity  coefficient   of   argon  helium  mixtures  in 
terms  of   pressure   for   several  compositions   at  97°C 
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Fig.    10   -     The   thermal   conductivity  coefficient    of    argon   helium  mixtures  in 
terms   of   composition   at    10x10^   N/m^    (100   bar)    and   at  97°C 


5  93 


Theoretical  Developments  on  the  Density  Dependence  of  the 
Thermal  Conductivity  of  Compressed  Gases 


J.  V.  Sengers 

National  Bureau  of  Standards 
Washington,  D.  C. 


In  contrast  to  the  thermodynamic  properties  of  gases  the  thermal  conductivity 
as  well  as  other  transport  properties  cannot  be  represented  by  a  virial  expansion 
in  terms  of  the  density.    The  reason  is  that  the  occurrence  of  multiple  collisions 
leads  to  dynamical  correlations  whose  characteristic  length  is  associated  with  the 
mean  free  path  which  itself  is  a  function  of  the  density  and  becomes  infinite  at 
low  densities.     As  a  result  the  transport  properties  contain  terms  logarithmic  in 
the  density.     A  summary  will  be  given  of  theoretical  results  obtained  for  a  model 
gas  to  illustrate  these  effects.     Implications  for  the  interpretation  of  experi- 
mental thermal  conductivities  of  gases  will  also  be  discussed. 
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Discrepancies  Between  Viscosity  Data 
for  Simple  Gases 


H.  J.  M.  Hanley  and  G.  E.  Childs 

Cryogenic  Data  Center 
Institute  for  Materials  Research 
National  Bureau  of  Standards 
Boulder ,  Colorado 


It  has  been  known  for  some  time  that  Kestln  and  his  co-workers  have  reported 
dilute  gas  viscosity  coefficients  which  differ  from  the  usually  accepted  values. 
Recent  work  from  the  Los  Alamos  Scientific  Laboratory  supplements  Kestln's  results. 
We  show  that  there  is  no  evidence  for  not  accepting  this  different  data.     We  feel 
that  the  whole  subject  of  dilute  gas  viscosity  measurements  above  room  temperature 
should  be  reexamined  both  from  the  experimenter's  and  correlater's  viewpoint. 
There  is  evidence  that  published  tables  may  be  incorrect  by  as  much  as  IQfijo  above  600°K. 


Key  Words;  Argon,  correlation,  dilute  gas,  discrepancies,  high  temperature 
viscosity,  potential  function. 


1.  Introduction 

Numerous  experimental  workers  have  studied  the  viscosity  of  dilute  gases.     One  might  indeed  assume 
that  the  experimental  aspects  of  the  viscosity  have  been  sufficiently  covered  for  the  common  gases  and 
that  the  viscosity  coefficient  tables  available  are  satisfactory.     This  assumption  is  not  valid.  We 
show  here  that,  because  of  a  serious  and  largely  Ignored  disagreement  over  experimental  values,  pub- 
lished tables  of  the  viscosity  coefficient  above  room  temperature  are  likely  to  be  Incorrect. 


2.    Kinetic  Theory  Expression  for  the  Viscosity  Coefficient 


Kinetic  theory  provides  rigorous  e;^ressions  for  dilute  gas  transport  coefficients.  For  the 
viscosity  coefficient,     11,    we  have  [l]^: 


Here    M    is  the  molecular  weight,    T( °K)     the  temperature,  and    a(A)     is  a  parameter  representing  the 
distance  between  two  molecules.     The  term    Q^^'^^*  (t*)     is  called  the  collision  integral:     the  entity 
involving  the  collision  dynamics  and  the  Intermolecular  potential  between  two  molecules.     The  collision 
integral  is  determined  as  a  function  of  reduced  temperature,    T*.     The  reduced  temperature  is  defined 
by  the  relation,    T*  =  T/(e/k),    where    e    is  the  maximum  energy  of  attraction  between  the  molecules, 
and    k    is  Boltzmann's  constant. 

Equation  (l)  can,  however,  only  be  applied  to  experiment  if  we  know  the  intermolecular  potential 
fmction.    Only  then  can  we  compute    q'^'^'*    and  obtain  values  for    a    and    e/k.     Quantum  mechanics 
has  yet  to  derive  a  function  from  first  principles  so  we  are  required  to  use  a  function  based  on  a 
model.    Hence  the  ability  to  use  eq  (l)  to  correlate  and  predict  experimental  data  rests  on  a  proper 
choice  of  the  model  function. 


1 

This  article  is  essentially  that  of  H.  J.  M.  Hanley  and  G.  E.  Childs.     Science,   159,   1114  (1968), 
copyright  196£  by  the  American  Association  for  the  Advancement  of  Science. 
■  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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In  the  past,  one  has  usually  relied  on  Intuition  to  make  this  choice.     Recently,  however,  we  have 
clarified  the  overall  relation  of  model  functions,  theoretical  expressions  (such  as  eq  (l)),  and  experi- 
ment [2-4].     Two  points  from  this  study  are  relevant  here  so  we  list  them: 

1.  Potential  functions  have  been  derived  and  classified  in  terms  of  families.     For  example  we  have  the 
m-6    family  where    m    is  a  family  parameter.     If    U(r)     is  the  interaction  potential  of  two  molecules 
separated  by  distance    r,    the  functions  of  the    m-6    family  are  written: 

6  m 

where  the  distance  parameter    a    is  equal  to  the  distance  separating  the  molecules  when  U(r)  =  0.  The 

family  parameter,  m,  depicts  the  repulsive  part  of  the  Interaction.  When  m  =  12,  we  have  the  famous 
12-6    or  Lennard-Jones  potential. 

The  exponential: 6  (Exp: 6)     family  is  frequently  used.     The  characteristic  family  parameter  here 
represents  the  steepness  of  the  repulsive  part  of  the  interaction  potential  and  is  given  the  symbol  ot. 
Other  families  of  Interest  are  the  Kihara  and  the  Morse. 

Now  we  have  shown  that  all  families  are  essentially  part  of  the  same  large  family  with  respect  to 
their  relation  to  experiment.    This  means  that  if  we  can  fit  a  member  of  a  given  family  to  experimental 
data  via  a  theoretical  expression,  we  can  get  the  same  fit  from  a  member  of  another  family.  Alterna- 
tively, members  of  different  families  can  be  interchanged  without  materially  altering  the  fit.  There 
is  nothing  special  about  any  of  the  families  known  at  this  time.     They  are  equivalent. 

2.  We  can  only  make  a  significant  selection  of  a  function  and  its  parameters  from  experiment  if  we 
have  data  outside  the  reduced  range  of  about 

2  <  T*2_g  <  5  .  (3) 

Here    T^^g.g     Is  given  by    T^gij-e  =  '^/(^/^)is-6  >    where    (e/k)ig_g     is  the  well-depth  parameter  for  the 
gas  from  the    12-6    function-^.     Any  function  will  fit  data  in  the  range  of  eq  (3).     We  must  have  data 
outside  this  range  if  we  are  to  find  a  function  suitable  for  extrapolation  purposes.    We  give  an 
example  for  the  case  of  argon.     Since    (e/k)j^2_g     for  argon  is  about    120 °K,    the  range  of  eq  (3)  Is 
approximately    2^0  <  T°K  <  600 .    We  have  found  that  all  the  functions  of  all  the  families  tested  can, 
via  eq  (l),  fit  experimental  viscosity  data  in  this  range.     An  example  has  been  published  as  figure  2 
of  reference  [5]  (see  also  [3,  4]).    The  point  we  wish  to  make  is  that  only  one  member  of  a  family  can 
fit  this  data  and  data  above  600°K.    Furthermore,  if  we  fit  data  above  600°K  with  a  given  function,  we 
will  automatically  fit  data  in  the  range    214.0  <  T°K  <  600 . 

We  mention  the  above  two  points  because  our  discussion  makes  use  of  fits  of  kinetic  theory  expres- 
sions to  experimental  data.    We  feel  that  the  fits  given  below  are  satisfactory  and  that  any  conclu- 
sions are  not  influenced  by  our  choice  of  potential  functions. 

3.     Experimental  Discrepancies 

There  is  a  disagreement  between  two  sets  of  experimental  viscosity  coefficient  data  for  several 
gases.    The  disagreement  is  depicted  for  the  case  of  argon  in  figure  1.     One  set,  open  circles,  repre- 
sents data  points  which  are  generally  accepted  as  correct  and  which  are  used  to  compute  the  tabulations 
available .     Here  we  have  fitted  this  set  to  eq  (l)  with  the    kO-6    potential  fvmctlon.    The  references 
for  these  points  are  given  in  another  publication  [5]j  tiut  data  above  500°K  are  mainly  from  the  work  of 
Trautz  and  Vasllesco  [6].    The  other  set,  closed  circles,  are  points  from  the  work  of  Kestin  and  co- 
workers [7-9]  (300  -  570 °K)  and  from  recent  work  by  a  group  at  the  Los  Alamos  Scientific  Laboratory, 
which  we  designate  by  G.  M.  W.  [10]  (llOO  -  2100°K).     These  closed  circle  points  were  also  fitted  to 
the    40-6    function.    It  is  very  obvious  that  the  discrepancy  is  striking.    Up  to  this  point  the  poten- 
tial function  plays  no  special  role  with  respect  to  the  discrepancy.    The  potential  function  is  merely 
being  used  to  represent  data  as  far  as  figure  1  is  concerned.     A  similar  diagram  would  be  obtained  if 
the  average  of  the  open  circle  data  set  was  used  as  a  reference  for  figure  1. 


^   This  deviation  is  made  only  for  convenience.     The  factor    (e/k)i2_g     is  available  for  most 
substances.    There  is  nothing  special  about  the    12-6    function  here. 
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The  discrepancy  between  the  work  of  Kestin  and  the  work  of  others  has  been  known,  of  course,  for 
some  time.    Mason  also  reported  several  years  ago  [ll]  that  the  high  temperature  viscosity  data  of 
Trautz  and  Vasilesco  could  be  in  error.    For  tabulation  purposes,  however,  the  discrepancy  has  usually 
been  overlooked,  possibly  due  to  the  simple  fact  that  Kestin's  results  are  different.     In  fairness  to 
this  negative  point  of  view,  it  is  only  recently  that  high  temperature  data  have  become  available  to 
supplement  Kestin's  work.    Also  much  of  Kestin's  results  lie  in  the  temperature  range  of  eq  (3)-  This 
being  the  case  it  is  difficult  to  pin  down  a  correlating  function  from  these  data  alone  (point  2  above) 
and  the  discrepancy  could  have  been  caused  by  systematic  error.    The  situation  is  different  when  we  take 
Kestin  and  G.  M.  W.  together.     One  can  show  by  plotting  their  data  on  the  same  graph  that  their  data  are 
compatible  and,  furthermore,  here  we  have  data  which  are  definitely  outside  the  range  of  eq  (3)  and  so 
can  make  positive  statements  on  the  correlating  potential  function. 

Figure  2  shows  the  fit  of  Kestin  and  the  G.  M.  W.  data  alone.    We  found  that  an    m    of  about  12 
or  15  was  the  best.     EXrentually  we  used  the  Exp: 6  function  with    a  =  15 .    This  is  equivalent  to  an  m 
of  about  13.     (Remember,  point  1  above,  there  is  absolutely  no  significance  in  changing  from  one  family 
to  another.    We  changed  to  the    Exp: 6    family  only  because  we  did  not  have  available  collision  integrals 
for    m  =  13  or  Ik) . 

k.  Analysis 

We  now  show  that  there  is  no  justification  for  omitting  the  Kestin  (and  now  G.  M.  W.)  work. 
Indeed,  we  give  substantial  evidence  that  this  work  is  correct. 

Part  of  our  analysis  is  based  on  the  fact  that  kinetic  theory  predicts  that  the  thermal  conduc- 
tivity of  a  dilute  monatomic  gas,    \,    is  linearly  related  to  the  viscosity  by  the  expression: 

X  =  f  c^  Tl  (1|) 

■vriiere  Cy  is  the  specific  heat  per  gram  at  constant  volume  and  f  is  a  constant.  Theory  predicts 
that  this  constant  Is  very  close  to  2. 50.     Explicitly  the  kinetic  theory  expression  for    X    is  [l]: 

^  =  ^7^^    xlO-Wm-deg-   .  (5) 

If  one  can  properly  fit  experimental  viscosity  data  to  eq  (l) ,  then  one  must  be  able  to  represent 
experimental  thermal  conductivity  data  by  eq  (5)  without  altering  the  correlation  parameters.    We  thus 
determined  theoretical  thermal  conductivity  coefficients  for  argon  from  eq  (5)  using  the  function  and 
parameters  found  suitable  for  the  open  circle  viscosity  data.    These  values  were  compared  to  experi- 
mental values  taken  from  references  [12-17].    Figure  3  shows  the  deviation  curve.    This  figure  clearly 
indicates  that  the  correlation  of    X    is  not  satisfactory,  even  allowing  for  the  wide  scatter  of  the 
thermal  conductivity  data.     There  is  a  systematic  trend  of  the  data  away  from  a  proper  fit.  This 
deviation  has  been  observed  before  but  usually  has  been  attributed  to    f    rather  than  to  errors  in 
Tl    or    X.    There  is  no  theoretical  evidence  that    f    (i.e.,  eqs  (l)  and  (5))  can  change  by  an  amount 
necessary  to  cause  the  systematic  deviation  of  figure  3- 

Let  us  see  what  happens  when  we  fit  the  thermal  conductivity  to  the    Exp: 6    function  with    a  =  15 , 
I.e.,  "fit"  on  the  basis  of  the  Kestin  and  G.  M.  W.  data.     The  result,  given  as  figure  h,  shows  a 
substantial  Improvement  over  figure  3-     (it  should  be  noted  that  the  parameters  used  could  be  adjusted 
so  as  to  balance  the  deviations  of  fig.  k  around  zero.     In  particular,  this  could  be  done  while  keeping 
the  fit  of  the  viscosity  data  to  within  the  experimental  precision.     We  have  not  done  thlsj     our  only 
purpose  was  to  check  the  thermal  conductivity  on  the  basis  of  a  fit  to  viscosity  which  was  not  pre- 
judiced by  other  considerations.    We  stress  that  any  adjustment  would  involve  a  small  change  in  e/k 
or    a,    not  In    a    or    m)  . 

We  have  another  simple,  but  less  exact,  procedure  which  does  not  Involve  a  potential  function. 
Assuming  that  the  gases  obey  the  principle  of  corresponding  states,  a  reduced  viscosity,    Tl  R >  should 
be  a  universal  function  of  reduced  pressure    p/Pc    and  reduced  temperature    t/t^ .     Here    p^     and  T, 
are  the  critical  pressure  and  temperature  respectively.    The  reduced  viscosity  is  then  given  by 

X  =T1     ,M-l/^p-2/3(RT)(l/^)   .  (6) 
'R        'expt  ■'^c  ^     c'  ^  ' 
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We  know  that  the  principle  of  corresponding  states  is  not  precisely  obeyed  for  the  noble  gases  and 
obeyed  only  approximately  for  polyatomic  gases  of  simple  structure.    Nevertheless  eq  (6),  and  others 
like  it,  provide  a  simple  method  to  correlate  data.    Figure  5  shows  a  plot  of  the  reduced  viscosity  of 
argon  from  Trautz  and  the  workers  who  agree  with  him  (open  circles)  ,  and  from  Kestln  and  G.  M.  W. 
(closed  circles).     Also  included  are  reduced  viscosities  of  neon  (squares)  and  hydrogen  (triangles). 
These  latter  viscosities  are  reduced  from  measurements  taken  below  400 °K  and  are  assmed  not  to  have 
the  systematic  deviation  represented  by  figure  1.     Because  of  the  approximate  nature  of  the  principle 
of  corresponding  states  and  uncertainties  in  the  values  of    p^     and    Tg     (especially  for  neon)  we  can 
only  expect  to  see  a  trend  from  figure  5-    This  Is  what  we  get:     No  points  fall  on  a  single  line,  but 
it  is  apparent  that  the  closed  circles  are  closer  to  such  a  line  than  are  the  open  circles. 


h.l    Evidence  from  Elastic  Scattering 

From  figure  3  and,  to  a  much  lesser  extent,  figure  5,  the  evidence  Is  in  favor  of  the  Kestln  and 
G.  M.  W.  data.     However,  we  have  found  that  both  the    kO-6    and  13     (approx.)-6    functions  fit  the  two 
sets  of  viscosity  data.     Can  we  decide  between  the  two  f\mctions  from  an  independent  experiment?  We 
think  we  can.     The  repulsive  part  of  the  intermolecular  potential  can  be  estimated  from  precise  and 
powerful  experiments  on  the  elastic  scattering  of  high  energy  beams  of  neutral  atoms.     Results  from 
these  experiments  for  argon  indicate  that  the  repulsive  exponent  is  between  7  and  Ik  [19]-     Hence,  if 
we  assume  that  the    40    and    13    exponents  of  the    40-6    and    13-6    fimctions  respectively  are  indica- 
tive of  the  true  repiilsion,  then  the  conclusion  from  scattering  experiments  is  that  one  must  favor  the 
13-6    potential  and  rule  out  the    40-6  potential. 


5.  Conclusion 

We  have  demonstrated  that  the  work  of  Kestln  and  G.  M.  W.  cannot  be  excluded  from  future  estimates 
of  the  viscosity  coefficient  of  argon  above  room  temperature.    We  have  based  oux  arguments  on  argon 
because    a)     eqs  (l)  and  (4)  are  only  valid  for  monatomlc  gases,    b)     thermal  conductivity  data  for  the 
other  monatomlc  gases  are  not  available  in  the  required  temperature  range  to  allow  us  to  repeat  figures 
3  and  4,  and    c)     the  elastic  scattering  of  the  argon-argon  system  has  been  particularly  well  studied. 

A  further  argument  in  favor  of  the  Kestln  and  G.  M.  W.  results  can  be  based  on  the  fact  that  not 
only  are  the  two  experiments  independent,  but  the  methods  are  entirely  different.    Kestln 's  measure- 
ments were  made  with  an  oscillating  disc  viscometer  while  the  Los  Alamos  measurements  were  made  with 
a  capillary  viscometer.     Each  of  the  methods  is  presumably  subject  to  different  systematic  errors.  The 
presence  of  large  systematic  errors  of  the  same  sign  and  magnitude  in  both  experiments  would  seem  highly 
improbable . 

Our  conclusion  is  not  restricted  to  argon,  however.     Trautz  and  his  co-workers  have  had  a  tremen- 
dous Influence  on  high  temperature  viscosity  estimates  for  many  gases.     If  he  (and  other  authors  who 
agree  with  him)  is  Incorrect  for  argon,  he  is  possibly  Incorrect  for  the  other  gases.     We  mention,  in 
this  respect,  that  Kestln  and  co-workers  report  a  disagreement  between  their  results  and  Trautz 's  and 
other  workers  for  several  gases  [9]  (e.g.,  COg ,  Ng ,  Ne,  Hg ,  He,  Kr,  air).     The  Los  Alamos  group  flO], 
as  well,  report  results  for  hydrogen,  helium  and  nitrogen  which  differ  from  the  previously  accepted 
values,  but  which  seem  to  agree  with  Kestln 's  results. 

Hence  we  believe  that  the  dilute  gas  viscosity  coefficients  above  room  temperature  for  all  simple 
gases  (Ar,  Ne,  Kr ,  He,  Hg ,  Og ,  Ng ,  etc.)  should  be  reexamined  both  from  the  experimenter's  and  cor- 
relater's  point  of  view.     Not  only  are  new  experiments  clearly  required,  but  an  analysis  of  the  old 
experiments,  with  an  eye  to  discover  possible  overlooked  corrections,  is  necessary. 
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Figure  1.    Argon  viscosity  percent  deviation  cvirve.    Tlcme    represents  the  calculated  viscosity 
coefficients  from  eq(l) using  the  kO-6  function  with    a  =  3. 15  A  and    e/k  =  22it.l°K. 
Tlg^j,    represents  the  experimental  viscosity  coefficients.    Open  circles  represent 
data  of  Trautz  and  Vasilesco  [6]  and  other  workers  [5]-     Closed  circles  represent 
data  of  Kestin  and  co-workers  [7-9]  and  Wageman  and  co-workers  [lO]. 
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Figure  2.     Argon  viscosity  percent  deviation  curve.     Tle.io     represents  the  calculated  viscosity 

coefficients  from  eq(l)  using  the  Exp: 6  function  with    a  =  15,  a  =  3.68  A,  e/k  =  156.5°K. 
T^jp  represents  Kestin  and  G.  M.  W.  experimental  viscosity  data.     (This  function  is 
very  similar  to  the  I3-6  function).    Key:  ■  [7],  ▼[8],  VC9],  ^[lO]. 
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Figure  3-     Argon  thermal  conductivity  percent  deviation  curve.     Xc»ie     ^^-'^    ^exp    represent  the 

calculated  and  experimental  thermal  conductivity  coefficients  with  respective  parameters 
suitable  for  the  viscosity  correlation  of  figure  1.    Key:  A  [12],  \/  [13],  O  [1^]> 
#  [15],  □  [16],  X  [IT]. 
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Figure  k.    Argon  thermal  conductivity  percent  deviation  curve    Xo»ie    ^^'^    ^»7if    represent  the 

calculated  and  experimental  thermal  conductivity  coefficients  with  respective  parameters 
suitable  for  the  viscosity  correlation  of  figure  2.    SjTobols  as  in  figure  3- 
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Figure  5-     Plot  of  the  viscosity  reduced  by  critical  values,  eq  (6),  versiis    T/t^    where  Is 

the  critical  temperature.    The  closed  circles  are  reduced  argon  viscosities  from  Kestln 
and  G.  M.  W. ,  open  circles  are  reduced  from  Trautz  and  the  workers  who  agree  with  him. 
The  squares  are  reduced  viscosities  of  neon  taken  from  reference  [3]-    The  triangles 
are  viscosities  for  hydrogen  [l8].    Both  the  neon  and  hydrogen  data  are  measurements 
taken  below  400 °K. 
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The  thermal  conductivity  of  argon,  hydrogen,  oxygen,  nitrogen,  argon -hydrogen, 
argon -nitrogen,  argon-oxygen,  argon-hydrogen -nitrogen  and  argon-hydrogen-nitrogen- 
oxygen  systems  are  reported  at  temperatures  40°,  65°  and  93°  C,  and  for  mixtures  at 
several  compositions.    The  measurements  are  taken  on  a  thick-wire  ceU  of  the  hot-wire 
type.    The  experimental  resiilts  are  compared  with  the  predictions  of  rigorous  theory  as 
well  as  with  the  values  obtained  on  approximate,  semitheoretical,  and  Lindsay-Bromley 
methods.    The  competence  of  some  simpler  procedui'es  to  predict  thermal  conductivity 
of  multicomponent  mixtures  is  also  investigated  with  conclusions  of  some  practical 
importance. 


Keywords:  Gases,  kinetic  theory,  multicomponent  mixtures,  thermal 
conductivity,  thick-hot-wire  cell. 


^  1.  Introduction 

In  the  last  few  years  we  have  been  engaged  in  a  program  of  measurement  of  thermal  conductivities 
of  rare  gases  and  their  binary  and  ternary  mixtures  [l-S]-'-,  and  deuterium  and  its  binary  and  ternary 
mixtures  with  rare  gases  [4,5].     The  method  adopted  was  the  thick-wire  variant  of  the  hot-wire  cell  and 
measurements  covered  the  temperature  range  30°  to  100°  C.     The  details  of  the  apparatus,  theory  of  the 
method  and  various  corrections  which  need  to  be  applied  are  being  reported  in  a  recent  paper  [6].  The 
general  incentive  behind  the  work  has  been:     (a)  to  check  the  rigorous  kinetic  theories  in  their  appro- 
priateness to  explain  heat  transfer  through  gases  and  gas  mixtures,   (b)  to  examine  and  develop  new  cor- 
relation procedures  so  that  reliable  estimation  may  become  possible  wherever  direct  data  are  not  avail- 
able, and  (c)  to  resolve  in  due  course  some  of  the  discrepancies  observed  in  the  existing  data  [7-10], 

The  present  paper  reports  as  a  continuing  effort  of  this  program  thermal  conductivity  data  on  Ar,  H2,  Nj, 
O2,  Ar-H2,  Ar-N2,  Ar-02,  Ar-H2-N2  and  Ar-H2-N2-02  systems  at  temperatures  of  40°,  65°,  and  93°  C.    These  are 
compared  with  the  values  obtained  from  rigorovis  kinetic  theory,  approximate,  semitheoretical,  Lindsay-Bromley 
and  simpler  methods  of  computing  thermal  conductivity  of  mixtures.  A  critical  comparison  of  the  observed  and 
various  calculated  values  enables  some  interesting  conclusions  to  be  drawn  regarding  the  appropriateness  of 
different  procedures  in  correlating  or  predicting  the  thermal  conductivity  of  gas  mixtures. 


2.  Apparatus 

The  principal  component  of  the  experimental  arrangement  is  the  hot-wire  cell.  It  consists  of  a  precisely 
bored  stainless  steel  tube  having  an  effective  length  of  10.44  cm  and  an  internal  diameter  of  0.6412  cm.   The  bore 
is  found  to  be  uniform  within  one  part  in  600.  Along  the  axis  is  run  a  platinum  wire  0.05076  cm  in  diameter  as 
measured  by  a  profile  projector  having  the  least  count  of  0.002  cm.   The  effective  length  was  determined  by 
measuring  the  resistance.   The  top  end  is  closed  by  silver  soldering  a  brass  cap  and  the  bottom  end  by  a  kovar  cap 
through  a  c-40  glass  seal.   This  arrangement  provides  the  necessary  electrical  insulation  between  the  main  metal 
body  of  the  cell  and  the  axiaJ  platinum  wire.   Cvirrent  and  potential  leads  are  soldered  at  the  two  metal  end  caps, 
while  a  side  connection  enables  the  cell  to  be  either  evacuated  or  loaded  with  any  desired  gas.  An  efficient  high 


Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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vacuum  pumping  system  evacuates  the  conductivity  cell  up  to  KT^  cm  of  mercury.  A  suitably  designed  gas  handling 
system  is  used  to  prepare  precise  mixtures  of  different  known  compositions  and  also  to  charge  the  cell  and  compress 
it  to  any  desired  value  up  to  an  atmosphere.   The  cell  is  vertically  mounted  in  a  thermostat  bath  which  can  be  main- 
tained at  any  temperature  from  room  to  100°  C  within  an  accuracy  of  ±  0.  01.    This  is  obtained  by  efficient  stirring, 
distributed  heaters  energized  by  regulated  electrical  power,  a  contact  thermometer,  and  a  sensitive  relay  and 
proportional  control  system.   A  Tinsley  vernier  potentiometer  of  the  type  4363  D,  reading  directly  up  to  0. 1 
microvolt  is  employed  for  electrical  measurements. 


3.    Theory  and  Corrections 

The  theory  of  the  thick-wire  cell  is  well  developed  [11-13]  and  consequently  only  the  necessary  working 
relations  are  reproduced  here.   The  differential  equation  for  the  radial  heat  flow  through  the  gas  is, 

77  rfK  -  27Trihe  +  l^p^  (1  +ad)  =    0  ,  (  1) 

'  dz 

where 


h  =  X  [r^^n  (r^/rj)  ]"!  ,  (  2) 

K  and  Xare  the  thermal  conductivity  values  of  the  wire  material  and  test  gas  respectively,  rj  the  radius  of  the  wire, 
r2  the  inner  radius  of  the  cell  tube,  Pq  the  resistance  per  unit  length  of  the  wire  at  the  bath  temperature,  9  the 
temperature  excess  of  the  wire  over  that  of  the  bath  at  a  distance  z  from  the  center  and  a  the  temperature  coeffi- 
cient of  resistance  of  the  wire.  Assuming  the  ends  of  the  wire  to  be  at  the  bath  temperature,  the  solution  of  eq 


where 


Here  R9  is  the  resistance  of  the  wire  when  a  current  I  is  flowing,  Rq  is  the  resistance  at  the  bath  temperature 
and  2^  is  the  length  of  the  cell  wire. 

In  practice  the  heat  flow  lines  through  the  gas  are  slightly  curved  at  the  ends .   The  exact  solution  then  is 
given  by, 

-^^f|;^=    C,N„,  -  |C3N03  .ic.No,---,  (5) 

The  defining  relations  for  C  j  and  N     are  given  in  reference  [  11] .   The  correction  for  the  nonradial  flow  of  heat  is 
the  difference  in  the  two  conductivity  values  as  obtained  from  eq  (2)  and  eq  (5)  respectively.   This  correction  is 
negligible  for  values  of  \  below  0. 04  yW  m'^deg;"!,  about  0.7%  for  X  ranging  from  0.04  to  0.08,  1%  for  X  between 
0.08  and  0.12,  and  1.2%  for  X  values  above  0.12. 

By  careful  design  and  Installation  of  the  conductivity  cell  and  selection  of  operating  conditions, 
the  convection  effect  is  found  to  be  negligible  in  our  measurements.     The  temperature  jump  effect  is 
also  likewise  reduced.     In  a  note  [14]  both  these  corrections  are  discussed  and  it  is  found  that  the 
measurements  taken  at  gas  pressures  varying  between  8  and  16  cm  of  mercury  are  not  contaminated  by 
these  uncertainties. 

The  radiation  correction  is  evaluated  experimentally  by  taking  measurements  on  the  highly  evacuated  cell 
for  different  bath  temperatures.  I,  Rq  and  Rf)  are  thus  experimentally  determined  and  the  corresponding  Xr 
determined  from  eqs  (2)  to  (41.     For  example,  the  correction  at  about  lOCc  is  C.9  and  6%  for  He  and  Xe 
respectively. 

The  wall  effect  is  negligible  for  our  cell  and  the  correction  amounts  to  only  0,02%.  Again  the  noncentering 
of  the  wire  has  no  serious  effect  on  our  values,   Calcidations  reveal  the  correction  to  be  0.04,  0,98  and  4.06%  only 
for  wire  displacements  from  the  true  center  by  0.01,  0.05  and  0. 1  cm  respectively.  We  thus  claim  our  measure- 
ments to  be  absolute. 


606 


For  the  gases  and  gas  mixtures  examined  here  the  thermal  energy  absorption  is  negligible  and  we  have 
ignored  this  correction. 


4.  Results 

Spectroscopically  pure  argon  supplied  by  M/S  British  Oxygen  Co.  has  been  used  in  these  measurements. 
The  resistance  of  the  cell  wire  with  zero  current  at  different  bath  temperatures  Rq  ,  is  determined  by  highly 
evacuating  the  cell_and  measuring  resistance  as  a  function  of  current.  Rq  is  then  obtained  by  extrapolation  of  the 
plots  of     against  Rq"^  to  I  =  0.  a  is  obtained  by  measuring  the  resistance  of  a  specimen  of  platinum  wire  at  ice, 
steam  and  boiling  sulphur  temperatures  and  evaluating  the  constants  A  and  B  of  the  relation. 


R  =  Ro  [1  +  A  (  T  -  273.16)   +  B  (T  -  273. 16 )2  ] 


(  6) 


a  is  then  evaluated  at  any  temperature  by 


_  1  dR 
^      R  dT 


(  7) 


T  is  the  temperature  in  °K. 

The  thermal  conductivity  of  the  platinum  wire  at  40°  C  is  determined  in  the  same  set  up  by  taMng  measure- 
ments on  a  highly  evacuated  cell  and  using  eq  (3) .  h  is  now  hr  =  4eaT^,  e  and  a  are  the  emissivity  of  the  platinum 
wire  and  Stefan's  constant  respectively.  At  hi^er  temperatures  K  is  obtained  on  the  basis  of  this  value  and  its 
temperature  dependence  from  the  literature  [  15] . 

Now  all  that  remains  to  be  determined  for  calculating  the  gas  conductivity  is  the  cell  wire  resistance  Rq  , 
when  it  is  heated  a  couple  of  degrees  above  the  bath  temperature  (4  to  6°),  by  passing  a  cijrrent  I  in  the  presence 
and  absence  of  the  gas.   This  x  value  is  assigned  the  average  temperature  as  the  arithmetic  mean  of  the  wire  and 
wall  temperatures.   The  x  values  so  obtained,      after  corrections  for  the  various  undesirable  but  xmavoidable 
side  effects  are  recorded  in  tables  1  to  4  for  pure,  binary,  ternary  and  qmternary  mixtures,  respectively. 


Table  1  Comparison  of  presently  measured  x  values  (yW  m'^deg"^)  with  literature  and  theoretical  values. 


Temp.o 


,Gas 


40 


65 


93 


Ar 

H2 

Nz 

O2 

0.0185 

0.182 

0.0268 

0.0281 

Present 

0.0185 

0,185 

0.0268 

0.0278 

Literature 

0.0 

+1.6 

0.0 

-1.1 

%  dev 

0.0183 

0.192 

0.0277 

0.0280 

Theoretical 

-1.1 

+5.5 

+3.4 

-0.4 

%  dev 

0.0193 

0.194 

0.0290 

0.0291 

Present 

0.0196 

0,198 

0.0283 

0.0296 

Literature 

+1.5 

+2.1 

-2.4 

+1.7 

%  dev 

0.0195 

0.202 

0.0294 

0.0298 

Theoretical 

+1.1 

H4.1 

+1.4 

+2.4 

%  dev 

0.0210 

0.204 

0.0312 

0.0313 

Present 

0.0209 

0.209 

0.0301 

0.0318 

Literature 

-0.5 

+2.5 

-3.5 

+1.6 

%  dev 

0.0208 

0.214 

0.0312 

0.0317 

Theoretical 

-1.0 

+5.0 

0.0 

+1.2 

%  dev 

The  precision  of  our  measurements  is  on  the  average  about  1%  depending  upon  the  value  of  thermal  conduc- 
tivity. A  detailed  error  analysis  reveals  that  a  gas  thermal  conductivity  value  within  2%  of  the  true  value  at  the 
worst  is  obtained  if  no  error  is  made  in  determining  the  thermal  conductivity  of  the  wire.  It  also  reveals  that  if  the 
gas  is  pvimped  out  so  that  the  electrical  heat  generated  can  only  flow  along  the  wire' (neglecting  radiation)  an  uncer- 
tainty of  nearly  1%  at  the  worst  will  exist  in  K.   Then  the  resulting  uncertainty  in  x  could  be  as  much  as  4%.  How- 
ever, this  represents  the  most  vinfavourable  case  in  which  all  errors  are  assiuned  to  contribute  in  the  same  direc- 
tion. On  the  average,  a  considerable  cancellation  of  such  uncertainties  will  occur  so  that  one  can  expect  x  to  be 
accxirate  to  about  1  to  2%.   This  can  be  further  reduced  by  multiple  measurements.   This  estimate  does  imply  that 
uncertainties  arising  from  convection  etc. ,  are  negligible.   The  three  diatomic  gases  as  supplied  by  M/S  British 
Oxygen  Co.  were  used.   These  were  stated  to  be  99.  9%  pure  and  we  made  no  effort  to  further  purify  them. 
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Table  2  Comparison  of  experimental  and  various  calcvdated  X  values  for  binary  mixtures  in  fxW  m"'deg"'.  Entries 
in  colimms  4  to  7  are  percentage  deviations. 


Gas  pair 

Ar 

Rigor • 

SGmith-G* 

(  f  Am  n  ^ 

mole 

Exptl. 

eq^ J.U ; 

/■  1  1  ^ 

3-1  ijiuod,y"x>roiiiiey 

xi2 

V/  « 

0. 1245 

+4  1 

-uO  fi 

-L.1  9 

+1.  ^ 

(40*»C) 

0.388 

0.0891 

+1. 8 

+5.4 

-0.6 

0.614 

0. 0557 

+2. 1 

+7.5 

+0  8 

4-1 

(65**C) 

0.202 

0. 1325 

+3.5 

-44  7 

-j-l  O 

0. 388 

+0  5 

+4  3 

-1  fi 

—  1  1 

—  X.  ± 

0.614 

+2 . 2 

+7.4 

4-0  R 

4-1  9 

iTi  Q 

+u  •  o 

+1.4 

0.388 

0. 1026 

-0  ft 

+2  6 

™o  •  o 

9  7 
—4  •  / 

n  fii4 

yj  »\J  \Jrr\J 

—0  1 

—  1.  r 

1  O 

A    AO  C  C 

+1  •  o 

— ^  •  o 

—U.  / 

A  O 

-0.  o 

(40°C) 

0  492 

0  0227 

-4-0  9 

-•^  1 

4-0  1 

n  7fi7 

A  0907 

O  . 

—  1  0 

1  Ci 

—1.  U 

\J  .  xoo 

A  aoao 

\J  •  \JCi\JZ/ 

4-1  7 

-0  7 

4-1  1 

-l1  1 
+1.  i 

0  492 

0  0241 

-1-0  4. 

-9  7 

+U  •  0 

0.767 

-1.9 

-4.4 

—9  0 

0. 188 

-0  =1 

U  .  tJ 

-1.2 

+0  fi 

-uO 

TV.  0 

0.492 

0.0254 

+1. 1 

-0.1 

+3.2 

0.767 

0.0234 

-1.8 

-2.3 

4-0  9 

-Ul  9 

0.249 

-4-1  9 

-0  4 

4-9  0 

+U  •  ^ 

(40°C) 

0.484 

n  0998 

-0.9 

-0  Q 

4-9 

0. 753 

0  0908 

-1.2 

-2 . 6 

4-0  1 

-1  Q 
—  X.  u 

(es'C) 

0.249 

0  0979 

-0.  8 

-4.6 

-2«  3 

—4  0 

0.484 

0.0245 

-0.5 

-4.5 

-1.2 

-3.6 

0.753 

0.0221 

-1.7 

-4.9 

-2.3 

-4.2 

(ga'C) 

0.249 

0.0292 

-1.4 

-4.1 

-1.8 

-3.5 

0.484 

0.0262 

-0.1 

-3.1 

+0.2 

-2.2 

0.753 

0.0234 

-0.4 

-2.1 

+0.6 

-1.4 

Table  3  Comparison  of  experimental  and  varioxis  calculated  \  values  for  ternary  mixtures  of  Ar-N2-H2  in  y  W 
deg~*.  In  colimms  5,  6  and  7  are  recorded  the  percentage  deviations. 


Temp. 

mole  fraction 

Exptl. 

Approx. 

Lindsay -Bromley 

Semitheor. 

°C 

Ar 

N2 

eq(ll) 

eq(13) 

40 

0.298 

0.501 

0.0417 

+0.3 

-2.9 

-0.4 

0.103 

0.289 

0.0918 

44.5 

-1.0 

+2.8 

65 

0.298 

0.501 

0.0439 

+1.6 

-1.7 

+0.9 

0.103 

0.289 

0.1021 

40.  1 

-5.1 

-1.5 

93 

0.298 

0.501 

0.0471 

+1.0 

-2.3 

+0.4 

0.103 

0.289 

0.1067 

+1.1 

-4.3 

-0.5 

Table  4  Comparison  of  experimental  and  various  calculated  X  values  for  quaternary  mixtures  of  Ar-N2-02-H2  in 
y  W  m~*deg~*.  Columns  6,  7  and  8  give  the  percentage  deviations. 


Temp. 

mole  fraction 

Exptl. 

Approx, 

Lindsay-Bromley 

Semitheor 

"C 

Ar 

O2 

N2 

eq(ll) 

eq(13) 

40 

0.132 

0.364 

0.125 

0.0615 

+i.7 

-0.2 

+1.0 

0.250 

0.244 

0.374 

0.0360 

-0.8 

-1.7 

-1.2 

65 

0.132 

0.364 

0.125 

0.0671 

+1.4 

-3.3 

-2.2 

0.250 

0.244 

0,374 

0.0383 

-1.3 

-2.2 

-1.6 

93 

0.132 

0.364 

0.125 

0.0717 

+0.7 

-4.0 

-2.8 

0.250 

0.244 

0.374 

0.0423 

-4.3 

-5.2 

-4.6 
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5.   Comparison  with  Theory 


In  table  1  our  resiilts  are  compared  with  the  smooth  values  recommended  on  the  basis  of  available  measure- 
ments [8,9].   The  agreement  may  be  regarded  as  satisfactory  and  it  seems  the  estimate  of  disagreement  between 
different  measurements  as  2%  is  reasonable.   Considerable  careful  work  will  be  required  to  improve  this  to  within 
1%. 

In  table  1  we  also  record  the  theoretically  computed  X  values.   For  Ar  as  well  as  for  the  frozen  part  (X")  we 
use  the  expression  given  by  Hirschfelder,  Curtiss  and  Bird  [  16] , 

X°    -       0.083266v/t7m     .3  , 

Here  M  is  the  molecular  weight  of  the  gas  and  the  reduced  omega  collision  integral  is  a  function  of  the  reduced 
temperature  T*  =  k  T/g  ,   k  is  the  Boltzmann  constant,  and  a ,  €  and  a  are  the  potential  parameters,   f  ^  is  a 
correction  factor  and  its  value  is  determined  by  T'''  and  Oi  ^  We  have  used  the  modified  Buckingham  exp-six  potential 
for  which  all  the  necessary  collision  integrals  are  tabulated  by  Mason  [17] .   The  potential  parameters  are  known 
for  the  gases  of  our  current  interest  [  18-20]  and  are  reproduced  in  table  5. 


Table  5  Exponential -six  potential  parameters  and  Sutherland  constants  for  pure  gases. 

Gas  a                                g/k,  °K                             ^m-  ^  S 

H2  14.0                                   37.3                                  3.337  83 

N2  17.0          ■                       101.2                                  4.011  103 

Oj  17.0                                   132                                       3.726  138 

Ar  14.0                                 123.2                                  3.866  147 


For  polyatomic  gases  we  use  the  expression  derived  by  Hirschfelder  [21], 

X  =  X°  [0.115  .  '-^^    .  (  9) 

y  is  the  ratio  of  the  specific  heat  of  the  gas  at  constant  pressure  to  that  at  constant  volume.  Two  more  formulations 
are  available  [22,23]  but  for  owe  present  work  eq  (9)  is  found  adequate. 

In  general,  we  find  that  the  theoretically  predicted  values  for  pure  gases,  table  1,  agree  with  our  measure- 
ments within  the  limits  of  uncertainty  in  the  data.   Further,  for  polyatomic  gases  the  theoretical  estimates  are  not 
very  precise  and  the  agreement  between  theory  and  experiment  is  worst  for  hydrogen  and  the  difference  is  appre- 
ciable in  magnitude.   Unforunately,  the  refined  formulations  [22,23]  which  consider  the  relaxation  of  intemal- 
translational  energy  are  also  not  able  to  improve  upon  the  disagreement  and  special  consideration  is  due  for  this 
gas.  In  this  paper  the  deviations  are  designated  as  positive  or  negative  whenever  the  values  are  greater  or  smaller 
than  the  corresponding  measiired  values  respectively. 

In  table  2,  our  results  for  the  three  binary  systems  are  presented  and  are  compared  with  the  pre- 
dictions of  theory  and  other  procedures  for  computing  \.     The  rigorous  calculations  are  based  on  the 
expression  derived  by  Hirschfelder  [24]  as, 

^mix  =  ^mix  +.L(^i-^i)[l+  £    §7-1^1"'   •  (10) 

Here  X  y^iix  refers  to  the  thermal  conductivity  of  the  mixture  of  n  components,  D  fo  the  diffusion  coefficient,  and  xj 
to  the  mole  fraction  of  the  i  -  th  component  in  the  mixture.   The  frozen  thermal  conductivity  of  the  mixture  Xj^j^ 
is  obtained  from  the  expression  derived  by  Muckenfuss  and  Curtiss  [25]  with  the  modification  suggested  by  Mason 
and  Saxena  [26],       j  are  also  computed  and  we  use  the  exp-six  potential  with  parameters  reproduced  in  table  6 
and  obtained  on  the  basis  of  combination  rules  of  Mason  and  Rice  [  18] .  X  and  X   are  also  computed  from  eqs  (9) 
and  (8)  respectively.   The  calculated  Xmix  values  are  not  reported  but  instead  their  percentage  deviations  from  the 
experimental  values  for  convenience  of  evaluation.  It  is  to  be  noted  that  this  simple  theory  [24]  does  quite  well  in 
reproducing  the  experimental  results  and  therefore  more  complicated  theories  developed  by  Monchick,  Pereira  and 
Mason  [27],  and  Saxena,  Saksena,  Gambhlr  and  Gandhi  [28]  are  not  considered.   The  average  absolute  deviation  is 
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1.4%  for  27  mixtures  of  table  2.  A  slightly  enhanced  discrepancy  for  H2  -  Ar  mixtures  may  also  be  partly  due  to 
translational  relaxation,  Saksena,  Saxena  and  Mathur  [29],  This  correction  is  significant  only  when  the  masses 
involved  differ  considerably  and  consequently  it  is  likely  to  be  appreciable  only  for  this  system. 


Table  6  Exponential -six  potential  parameters  and  Sutherland  constants  for  binary  gas  pairs. 

o 

Gas  pair  a  ^  €i2A,  "K  {rj^)Q,A 


H,-Ar 


Oo-Ar 


14.0 
15.5 
15.5 


69.7 
111.8 

131.2 


3.574 
3.951 
3.785 


111 
123 
142 


Mason  and  Saxena  [30]  simplified  the  expression  obtained  by  Hirschfelder,  eq  (10] 
following  simpler  but  approximate  relations 


and  instead  suggested  the 


n     ^  n 
1=1  3=1  J 


(11) 


where 


1.065 
2jT 


M,-    -4  ^i  I 

(1  +  M^)  ^[l+(7r)^ 


Mi  I 
Mj^ 


-2 


(12) 


The  (pi  j  for  each  system  were  computed  at  the  lowest  temperature  and  the  same  were  used  at  the  two  higher  tempera 
tures.   The  (pij  values  are  reported  in  table  7  and  )^mix  values  in  column  5  of  table  2.   The  agreement  between 
theory  and  experiment  is  only  fair,  the  average  absolute  deviation  for  all  the  27  mixtvires  is  3.5%. 


Table  7  Values  of  cp^j  at  40°  C 
Gas  pair 


Approximate 


Hj  -Ar 

Nj-Ar 

0,-Ar 


0.254 
0.995 
0,994 


1.982 
1.119 
1.134 


Lindsay-Bromley 

<Pl2  ^21 


0.561 
0.985 
0.962 


2.071 
1.010 
1.039 


Semitheoretical 
<Pi2  <P2i 


0.281 
0.936 
0.977 


2.190 
1.049 
1.115 


Lindsay  and  Bromley[31]  also  derived  an  expression  for  \  mix  of  the  type  given  by  eq(ll),  but  sug- 
gested another  relation  f6r  cpij.     The  latter  at  40°  C  are  reported  in  table  7  while  the  values  for 
Sutherland  constants  S  are  given  tables  5  and  6.     S  values  are  taken  from  Chapman  and  Cowling  L32J  and 
S12  are  computed  as  geometric  mean  of        and  The  calculated  values  reported  in  column  6  of  table  2 

agree  with  the  experimental  data  within  an  average  absolute  deviation  of  only  1,2%. 

Mathur  and  Saxena  [33]  suggested  a  semitheoretical  method  according  to  which  (Pjj   of  eq  (11)  are  deter- 
mined on  the  basis  of  the  following  relation; 


<p21 


X°2 


M 

M. 


172 


(13) 


and  one  ^mix  value.  Here  "Hi  is  the  coefficient  of  viscosity  of  the  pure  component  i.  This  method  is  found  very 
sucessful  in  predicting  thermal  conductivity  of  binary  and  ternary  mixtures  [33-35].  Calculated  values  of  <Pi  j  at 
40°  C  are  reported  in  table  7  and  those  of  "^mix  column  7  of  table  2.  The  experimental  values  are  reproduced 
within  an  average  absolute  deviation  of  1.7%. 

Similar  calculations  and  comparison  against  the  directly  measured  values  for  ternary  and  quaternary  mix- 
tures are  reported  in  tables  3  ax{d  4  respectively.   The  approximate,  Lindsay-Bromley  and  semitheoretical  proce- 
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dures  predict  for  the  two  systems   values  which  agree  with  the  experiments  within  an  average  absolute  percentage 
deviations  of  1.4,  2.9  and  1.1;  and  2.2,  2.8  and  2.2  respectively. 

Thus,  on  the  whole  the  approximate  and  Lindsay  and  Bromley  methods  are  of  competing  accuracy,  and 
the  former  is  slightly  more  preferable  because  one  needs  less  initial  information  and  computation  is 
simpler.     The  semitheoretical  method  seems  to  most  reliable  and  should  be  preferred  when  one  \mix  value 
for  all  involved  binary  systems  is  known.     These  conclusions  are  in  conformity  with  earlier  more  detailed 
investigations.     It  may  be  pointed  out  that  the  relation  (11)  is  approximate  for  polyatomic  gas  mixtures, 
by  considering  a  more  rigorous  theoryr28],  Saksena  and  SaxenafSS]  have  derived  its  alternative  form. 

Simpler  methods,  like  simple  mixing  rules,  reciprocal  mixing  rules,  a  combination  of  the  two,  and 
a  quadratic  expression,  are  also  used  for  computing  Xmix  F 37] .     The  values  so  obtained  are  designated 
as  XSM,  XRM,  XC,  and  XQ  respectively  and  are  reporduced  in  table  8.     The  quadratic  function  does  not 
seem  to  be  adequate  for  reproducing  the  composition  dependence,  and  the  success  of  the  combination 
method  for  a  quick  and  approximate  estimate  is  notable.     The  method  reproduces  the  data  for  binary,  ter- 
nary and  quaternary  mixtures  within  an  average  absolute  deviation  of  4.2,  4.8  and  2,0%  respectively. 


Table  8  Comparison  of  experimental  and  various  calcidated  X  values  according  to  simpler  procedures  for  binary 
systems.  Computed  percentage  deviations  from  experimental  values  are  tablulated  in  columns  3  to  6. 


Gas  pair 

Ar 

^SM 

^RM 

^C 

(temp.) 

mole  fraction 

H2-Ar 

0. 202 

.1.1  Q  ^ 

 An  c 

— ^  / .  D 

—  lo.  0 

(40PC) 

0.388 

+33.2 

-53.  8 

-10.3 

0.614 

+46.  8 

-49. 0 

-1.1 

-6.2 

(GS'C) 

0.202 

+19.7 

-48.2 

-14.3 

+4.0 

0.388 

+32.0 

-55.0 

-12,3 

0.614 

+47.0 

-49.8  • 

-  1.3 

-4.8 

{dSPC) 

0.202 

+20.0 

-46.8 

-13.4 

+5.2 

0.388 

+29.4 

-54.6 

-12.6 

0.614 

+42.3 

-49.7 

-  3.4 

-4, 1 

Nz-Ar 

0.188 

-  0.8 

-  2.8 

-  1.8 

-0.8 

f40PC) 

0.492 

+  0.1 

-  3.3 

-  1.6 

0.767 

-  1.0 

-  3.3 

-  2.1 

-1, 1 

(65PC) 

0.188 

+  1.1 

-  1.4 

-  0.1 

+0.8 

0.492 

+  0.6 

-  3.5 

-  1.4 

0.767 

-  1.9 

-  4.8 

-  3.3 

-2.4 

(93°C) 

0.188 

+  0.6 

-  1.8 

-  0.6 

-1.1 

0.492 

+  1.5 

-  0.7 

+  1.2 

0.767 

+  0.2 

-  2.5 

-  1.1 

-2.2 

Oj-Ar 

0.249 

+  2.2 

-  1.0 

+  0.6 

+0.3 

(40PC) 

0.484 

+  2.9 

-  1.4 

+  0.7 

0.753 

+  0.4 

-  2.8 

-  1.2 

-2.0 

(65PC) 

0.249 

-  2.1 

-  5.1 

-  3.6 

-1.6 

0.484 

-  0.9 

-  4.9 

-  2.9 

0.753 

-  2.0 

-  5.0 

-  3.5 

-1.4 

(93PC) 

0.249 

-  1.6 

-  4.5 

-  3.0 

-1.9 

0.484 

+  0.5 

-  3.3 

-  1.4 

0.753 

+  0.9 

-  2.0 

-  0.6 

+0.4 

Relations  for  predicting  diffusion  and  viscosity  coefficients  on  the  basis  of  thermal  conductivity  and  other 
experimental  data  are  known  [38-41].  In  table  9  we  report  such  indirectly  generated  and  TJniix  values.  The 

former  are  compared  with  the  directly  measured  values  as  well  as  with  the  predictions  of  rigorous  theory  [16]. 
The  measured  values  of  T7mix  for  Hz-Ar  system  agree  with  the  generated  values  within  an  average  absolute  devia- 
tion of  1.3%.   Thus,  we  find  that  such  approaches  are  quite  dependable  and  act  as  valuable  procedures  for  generat- 
ing data  on  other  transport  properties . 
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Table  9  Indirectly  generated  coefficients  of  diffusion  (Dij),  ifx  m^/s)  and  viscosity  Tj mix  .  (y  Ns/m^)  for  binary 
gas  systems. 


Gas  pair 

Ar 

Generated 

Mean 

Measured 

Theoretical 

Generated 

(temp.) 

mole  fraction 

Dij 

^mix 

Ha-Ar 

0.202 

90.7 

93 

1729 

0.388 

93. 1 

92 

87.7 

2053 

0.  614 

90.9 

2253 

{65''C) 

0.202 

103.1 

1832 

0.388 

107.6 

105 

105 

100 

2183 

0.  614 

103.2 

2385 

(93°C) 

0.202 

117.6 

1942 

0.388 

127.6 

123 

123 

115 

2309 

0.614 

123.0 

2505 

N2-Ar 

0.188 

22.6 

1967 

(40''C) 

0.492 

21.7 

22.2 

21.2 

21.0 

2140 

0.767 

22.4 

2262 

(65''C) 

0. 188 

23.8 

2066 

0.492 

24.4 

24.7 

24.8 

24.1 

2243 

0.767 

25,9 

2390 

0.188 

28.2 

2176 

0.492 

27.0 

27.9 

- 

27.7 

2346 

0.767 

28.6 

2491 

02-Ar 

0.249 

20.2 

2169 

(40°C) 

0.484 

20.4 

20.7 

21.3 

21.0 

2209 

0.753 

21.4 

2270 

(65'C) 

0.249 

26.1 

2371 

0.484 

25.0 

25.6 

24.4 

23.9 

2440 

0.753 

25.8 

2488 

(93''C^ 

0.249 

29.9 

2490 

0.484 

28.3 

28.7 

27.8 

2546 

0.753 

28.0 

2588 
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Thermal  conductivities  of  binary  mixtures  of  diethyl  ether  with  four  inert 
gases,  helium,  argon,  neon  and  nitrogen  have  been  measured  at  sub-atmospheric 
pressure  at  50  G  and  100  C  (oa.  0.5/?  error).      In  the  composition  dependence  curveSj 
measured  thermal  conductivities  were  always  less  than  molar  average  values.  The 
difference  was  most  marked  for  heliiam  and  least  for  nitrogen,  and  pronounced  minima 
were  displayed  by  (,C ^R^.)  2'^'^''^ •  {^2^'^^ 2^~^^  system  showed  a  point 

of  inflexion.      The  eccperiniental  values  have  been  applied  to  test  the  success  of 
Hirschfelder  and  Eucken's  approach  to  the  thermal  conductivity  of  binary  mixtures 
containing  polar  polyatomic  molecules.     When  empirical  estimates  of  the  thermal 
conductivity  of  mixing  have  to  be  made  from  properties  of  pure  constituents  the 
most  successful  form  of  equatican  is  that  due  to  Wassiljewa  (1904).      It  is  capable 
of  accommodating  varied  behaviour  including  maxima,  minima  and  points  of  inflexion. 
The  ccHiditions  necessary  for  these  phenomena  are  investigated  briefly.  Physically, 
its  success  arises  from  the  simple  way  in  which  it  takes  account  of  processes  in 
mixing  of  gases.      A.,  are  coefficients  giving  relative  efficiencies  in  impeding 
transport  of  energy.      Empirical  formulae  depend  for  their  success  on  reliable 
estimates  for  A. ..      The  fonnulae  of  Lindsay  and  Bromley,  normally  successful, 
here  fail  to  giv4  good  predictions  and  errors  of  about  5^  in  thermal  conductivity 
at  equimolar  concentrations  occur. 

Key  Words:  Binary  mixtures,  diethyl  ether  and  inert  gases,  gas  phase, 
Hirschfelder  approximation,  thermal  conductivity,  Wassiljewa  equation. 


1.  Introduction 

The  present  paper  is  concerned  with  the  dependence  of  thermal  conductivity  on  the  composition  of 
binary  mixtures  of  a  polar  polyatomic  gas,  diethyl  ether,  with  the  non  polar  gases,  helium,  neon,  argon 
and  nitrogen. 

Previous  work  [l,2,3]    on  this  tj-pe  of  mixture  has  shown  a  non-linear  variation  of  conductivity 
with  ccmposition  which  can  neither  be  represented  successfully  by  empirical  equations  nor  be  predicted 
adequately  by  present  kinetic  theory.      This  is  in  contrast  to  mixtures  of  polar  gases  only  or  to  mix- 
tures of  non  polar  gases  only.      In  these  cases  conductivity-composition  dependence  deviates  less  from 
molar  averages  and  empirical  or  theoretical  estimations. 

The  first  approximation  to  the  rigorous  kinetic  theory  of  gases  [V9]  accounts  successfully  for 
the  thermal  ccmductivities  of  mixtures  of  monatomic  gases. 

For  mixtures  of  diatomic  or  of  polyatomic  gases  Hirschfelder  [lO]  has  assumed  that  the  total  thermal 
conductivity  of  each  consituent  is  separable  into  translational  and  internal  (rotational  and  vib- 
rational) contributions. 

K    =    K.  +    K.   .  (1) 

trans  int  *  ' 


Figures  in  brackets  indicate  the  literature  references  at  the  end  of  tMs  paper. 
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The  translational  contribution  to  the  thermal  conductivity  of  the  mixture  is  calculated  as  if  the  Indiv- 
idual gases  were  all  monatomic.      Each  pure  gas  is  regarded  as  having  a  translational  thermal  conduct- 
ivity which  is  related  to  the  viscosity 


"^1  trans    ^-S^i  \,    =    3-75  ^  ^R/n.,  (2) 
The  first  approximation  to  rigorous  theory  for  a  binary  mixture  then  gives 

=    (K,  4.  +  a  +  b       ^         *1  .  ,,^2  +  c  +  b 

trans  1  trans  —  2  trans  —  )/(—  — )  (3) 

^1  ^2         1  2 

where  the  values  of  the  constants  a,  b,  c  are  well  established  [4].  The  internal  contribution  to  the 
thermal  conductivity  of  the  mixture  is  calculated  from  the  equation 

K  K 

K         -      1  int  2  int  ,  . 

'^int    -  ,  ,  1 

This  theory  gives  satisfactory  agreement  in  a  number  of  cases  [IO-I3]  end  considerable  discrepan- 
cies in  others  [l,19-14]-      Subsequent  attempts  have  been  made  to  take  into  accouat  the  interchange  at 
collision  between  translational  and  internal  energy  [l^J-      for  ecxample,  allowance  has  been  made  for 
inelastic  collisions.      The  corrections  are  small  and  may  be  in  the  wrong  sense.      For  strongly  polar 
gases,  theory  and  experiment  have  been  compared  only  in  a  few  cases  [ 1^-1 6]. 

Of  empirical  equations  the  most  successful  is  due  to  Wassiljewa  [l7] 

K    .      f   K,  /  (  1  +     2    A,,  x./x.),  (  5) 

.  are  the  thermal  conductivities  of  the  mixture  and  pure  component  i  respectively;  x^  is 
tion  of  componait  i;    A.  .  is  one  of  a  set  of  adjustable  parameters. 


where  K  and  K 
the  mole  frac' 


The  A.,  have  a  simple  physical  significance  [l8-20].      They  are  a  measure  of  the  ratio  of  the  eff- 
iciencies with  which  molecules  j  and  molecules  i  impede  the  transport  of  heat  by  molecules  i.  Equat- 
ion (5)  may  be  written  in  an  alternative  form  for  a  binary  mixture  as 

K    =  ■*  ^  ■*  (6) 

V^^12^1       R2  *  W'^2 


=  l/K,  at^2  ~  ^^2/^^         "^21  ~  ^21'^^2'      Thus  a  ^  is  a  single  resistance  expressing  the  extent 
:h  molecules  2  impede  the  transport  by  molecules  1 .  expresses  the  extent  to  which  molecules  1 


where 

to  which  mole 

impede  transport  by  their  own  kind.  Thus  if  molecules  2  are 'more  efficient  than  molecules  1  in  impeding 
transport  of  heat  by  1  then         will  be  greater  than  . 

This  is,  however,  an  oversimplification  of  the  effect  of  molecular  interaction  on  transport  phenom- 
ena.     It  overestimates  impedance  of  transport  of  one  molecule  by  another  and  neglects  smaller  effects 
such  as  transfer  of  transport.      For  a  binary  mixture  it  has  been  shown  [19>  2l]  th&t  the  first  approx- 
imation to  rigorous  theory  reduces  to  eq.  (5)  with  A.,  slightly  dependent  on  composition.      When  the 
molecular  weights  of  the  components  of  the  gas  mixtur^  are  very  different,  a  formula  of  the  Wassiljewa 
type  is  theoretically  possible  [21]  but  errors  are  greater. 

The  Wassiljewa  equation  is  also  flexible  algebraically.      This  is  not  the  case  for  a  linear  or 
quadratic  ejqDression  where  the  scope  is  more  limited.      Thus  eq.(5)  can  represent  not  only  (i)  a  minimum 
or  (ii)  a  maximum  but  also  (iii)  a  point  of  inflexion  and  (iv)  the  intersection  of  the  molar  average 
line  by  the  conductivity-composition  curve. 

Estimates  of  A. .  for  polar  gases  may  be  made  from  the  empirical  equation  of  Lindsay  and  Bromley  [22] 
in  terras  of  viscosity       ,  Sutherland's  constant  S,  and  molecular  weight  of  pure  components: 


616 


where  S. ,  =  (S  S.)^  if  i  and  j  are  both  non  polar,  and  S.  .  =  0.733  (S.S.)"^  if  one  of  i  or  j  is  polar. 
Frajicis  [23]  suggested  an  expression 


A.  . 


where  6"     is  the  collision  diameter  for  unlike  molecules  and  Si.  ^  •  is  a  collision  integral  tabu- 

lated [4j  as  a  function  of  the  reduced  temperature. 

The  aims  of  the  paper  are  a)  to  provide  reliable  experimental  data  for  binary  polar-nonpolar  gas 
mixtures  b)  to  use  these  data  to  estimate  resistances  to  heat  transfer  c)  to  test  Elirschf elder' s  approx- 
imation and  d)  to  test  empirical  equations  of  the  Wassiljewa  form. 

2.  Nomenclature 
The  components  of  the  mixture  are  identified  by  the  suffixes: 

1  =  (C2H^)20;    2  -  Ar;    3  =  He;  Ne;    5  =  \ 

Thus       is  the  thermal  conductivity  of  pure  diethyl  ether,        is  the  mole  fraction  of  argon.  Bin- 
ary diffusion  and  Wassiljewa  coefficients  are  identified  by  a  pair  of  suffixes;    A.,  is  the  coefficient 
of  the  quotient  x^/x^  and  A^^  is  that  of  its  reciprocal. 

3.      Experimental  Method 
3.1.  Apparatus 

The  thermal  conductivity  cell  employed  [25]  was  of  the  two  wire  type;    a  heating  wire  through  which 
a  known  current  is  passed  to  supply  heat  to  the  cell,  and  a  measuring  wire  which  acts  as  a  resistance 
thermometer  indicating  the  rise  in  temperature  of  the  gas  at  a  point  in  the  cell  as  a  change  in  resist- 
ance.     Both  wires  were  thin  tungsten  spirals  (30  ohm  at  20  C)  stretched  longitudinally  down  the  cell 
some  2-3  mm  apart.      Mercury  cells  of  high  stability  were  used  to  supply  current  both  to  the  heating  cir- 
cuit and  the  Wheatstone  bridge.      The  thermostat  temperature  was  kept  constant  to  about  0.02  C. 


3-2.  Procedure 

The  difference.     A,  between  the  resistances  of  the  wire  with  two  different  standard  heating  currents  is 
inversely  proportional  to  the  thermal  conductivity  of  the  gas  in  the  cell.      t    is  reproducible_^to  better 
than  O-OOO8  ohm  for  the  pure  gases  used  in  this  work.  This  represents,  at  best,  a  precision  of  -0.2^  for 
diethyl  ether  at  50°C,  and,  at  worst,  a  precision  of  ±170  for  helium  at  IOO°C. 

3'3'  Calibration 

A  was  determined  at  50^^  and  100°G  for  various  gases  (He,  Ne,  Ar,  Kr,  Xe)  whose  thermal  conductivit- 
ies are  known.      The  greatest  weight  was  given  to  the  data  of  Kannuluik  and  Carman  [26]  and  the  'best' 
value  from  reference  [27]. 

The  product        was  not  constant,  but  fell  smoothly  by  some  20$  between  helivim  and  xenon.      At  each 
temperature  a  plot  of  KL    against  A  was  constructed. 

The  absolute  accuracy  of  our  measurements  depends  on  the  accuracy  of  the  values  used  for  the  calib- 
rating gases.  In  the  region  of  interest  in  this  work,  the  accuracy  of  the  data  of  Kannulviik  and  Carmen 
[26]  is  ca.  M. 


617 


4.  Results 


A  was  measured  at  50  C  and  100  C  for  the  four  binaiy  mixtures  of  diethyl  ether  with  heliiim,  neon, 
argon  and  nitrogen  and  the  thermal  conductivities  deduced.      These  ere  shown  in  figs.  1-4.      Also  shown 
in  these  figures  are  the  predictions  of  Hirschf elder  and  of  the  Lindsay-Brc/ley  [22]  equation.  Tables 
1  and  2  give  a  sunmary  of  the  parameters  used  in  deducing  these  predictions  and  table  3  sho»/s  their 
average  discrepancies. 


Table  1.      Pure  component  properties. 


Gas 

T 

(°C) 

(cal  km  s 
degK" 

7 

(g  m 

( 1  atra  c  -■ 
s"') 

K  '^int(^) 
trans      ^  _^  ^ 

(cal.km    s    deg  K  ) 

5 

ii 

"ii 

M 

(gm) 

50 
100 

8.18 
9.31 

0.0383 
0.0501 

-0.8221 
-0.9356 

3.328  7 
4.375  J 

0.08 

5.539 

74.123 

At 

50 

100 

4. 49, 

5.042 

23.93 
27.07 

0.2049 
0.2682 

-4.491 
-5.042 

I  ] 

0 

3.465 

39.948 

He 

50 

100 

38.0 
41.6° 

20.96 
23.23 

1.7959 

2.2755 

-38.00 
-41.65 

I  \ 

0 

2.576 

4.003 

Ne 

50 

100 

12.36 
13.57 

33.35 
36.90 

0.5750 
0.7331 

-12.36 
-13.57 

0  3 

0 

2.B58 

20.183 

«2 

50 

100 

7.38^ 

18.80 
21.01 

0.2307 
0.2982 

-4.999 
-5.587 

1.585  ] 
1.796  ] 

0 

3.749 

28.014 

(a)    Experimental  values.      (b)    Experimental  data  [41,  27].      (c)    Calculated  from  data  in  reference 
[4]  and  [42].      (d)    From  eq.   2.      (e)    From  eq.  1.      (f)    From  reference  [4]  and  [33].     (g)  From 
reference  [4] 


Table  2,      Mixture  properties. 


system 
(i)  +  (j) 


T 

(°C) 


(1  atm.cm  s  ) 


.(b) 


Jb)  (c) 


(c) 


.km 


-1 


(cal.____ 
-1  -1 
s    deg  K 


(d) 

\.  .  .  . 

ij  int 


(d) 
ji  int 


(C,HJ„0  +  Ar 
^{if  (2) 

(C  H  )  0  +  He 

^{ir  (3) 

(C_HJ„0  +  Ne 
^{ir  (4) 

(C  H  )  0  +  N 

^(^)^  (5) 


50 
100 

50 
100 

50 
100 

50 

100 


0.0897 

0.1 176 

0.4*577 
0 . 5208 

0.1667 
0.2144 

0.1022 
0.1332 


1.096 
1.094 

1.102 

1.103 

1.096 
1.097 

1.094 
1.094 


1.157 
1.126 

1.091 
1.090 

1.099 
1 .093 

1 .123 

1.112 


8.751 
9.906 

134.62 
19.311 

27.5^9 
29.902 

9.208 
10.257 


3-744 

3.734 

143.609 
l8.6io 

7.S€2 
7.681 

3.564 
3.518 


3-979 
3-973 

9.066 
8.923 

5.967 
5-902 

3-918 
3.895 


0.395 
2.284 

0.087 
4.405 

0.212 

3-449 

0.34^ 
2.257 


0.394 

2.281 

0.089 
4.369 

0.216 
3.419 

0.3^^ 
2.239 


(a)    Calculated  from  reference  [4].      (b)    Datt  from  reference  [4]  and  [33].      (c)    Parameters  of  eq. 


calculated  according  to  reference  [7]. 


(d) 


ij  int 


=    D. .   .   ,/D. . 
11  lav  ij 


int' 


Deviations  from  the  molar  average  are  in  all  cases  negative  ranging  from  ^t  for  (C^Hp.)20-Ar  at  50  C 
to  43X  for  (C^H  )20-He  at  100°C.      (C2H^)^0-N2  shows  less  deviation  from  the  linear  mean  than  {C^Rc^^^O-He 
but  both  curves  appear  fairly  symmetrical.      (C2Hc)20-Ar  and  (C2H|-),,0-Ke  are  markedly  unsymmetrical . 
(C2H„)p0-Ar  shows  a  broad  shallow  minimum  between  50^  end  60,4  dietnyl  ether  at  50  C  and  a  sharper  minimum  a* 
15*  diethyl  ether  at  100  C.      Ttds  curve  also  shows  the  unusual  phenomenon  of  an  inflexion  point  occuring 
between  40,?  and  60,^  diethyl  ether  at  100°C. 
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Table  3-      Average  discrepancies  from  observed 
thermtl  conductivity 


System 
(i)  +  (j) 

T 

(°C) 

V/essiljewa 
experimental  A.. 
(raeEoi  J) 

Hirscni eider 
approxima  ti  on 
(mean  /)) 

Wassiljewa  + 
Lindsay-Bromley  P .  . 
(mean  *) 

Wassiljewa  + 
Francis  A. . 
(metn  '0) 

(C^H^)^O  +  Ar 
t.P  (2) 

50 
IOC 

+0.05 
-HD.OI 

+3.01 
+2.31 

+4.82 
+3.22 

+3.62 
+3.11 

(C  H  )^0  +  Ke 
"  (3) 

50 

100 

-0.73 
+0.41 

+4.32 
+2.98 

-2.63 
-4.81 

+3.69 

+2.76 

(C^H  )  0  +  Ne 

50 

100 

-0.01 
-0.08 

+3.15 
+2.37 

+4.16 
+2.36 

+4.67 
+4.34 

hf '  (^) 

50 

100 

+0.12 
+0.10 

+2.28 
+2.09 

+3.80 
+2.63 

+3.14 
+3.93 

5.  Discussion 

There  are  no  previous  expa-imental  date  on  the  binary  mixtures  discussed  here.      For  pure  components 
previcais  experimental  data  on  thermal  conductivity  of  diethyl  ether  [28,  29]  and  nitrogen  [30-34]  agree 
well. 

Bincry  mixtures  of  diethyl  ether  ( /*.  =    1.15  Debye)  with  other  weakly  polar  molecules,  chloroform 
and  diethylamine  [2], show  an  almost  linear  relationship  between  theimal  conductivity  and  composition. 
This  is  also  found  to  be  the  case  with  binary  mixtures  of  diethyl  ether  and  the  more  strongly  polar 
ammonia  ( /(.  =    1.47  Debye)  [29].      Mixtures,  of  nonpoltr  gases  (argon  and  neon)  with  ammonia  give  non-lin- 
ear curves  in  which  the  thermal  conductivity  falls  below  the  molar  average  [39]-      Methjoiol  (/U  =  1.7 
Debye)  and  argon  mixtures  show  a  maximum  in  the  conductivity-composition  curve;    in  this  case  the  thermal 
conductivity  lies  well  above  the  molar  average  [2].      This  is  also  true  in  binary  mixtures  of  nitrogen 
[35]  or  of  air  [3]  with  ammonia. 

Minima  in  conductivity-composition  curves  have  also  been  found  for  iL^-  He,  Ng-  Ar,  Og  -  Ar  [36,37] > 
end  ere  accounted  for  by  relaxation  of  rotational  energy.      In  each  of  these  cases  the  thermal  conduct- 
ivities of  the  pure  components  lie  close  to  each  other.      Consequently,  a  minimum  might  be  expected  in 
the  (C2Hp-)20-Ar  system.      In  the  m^-  At  end  0^-  Ar  systems  [37]  the  minima  occur  at  e  small  percentage 
of  the  diatomic  molecule  and  their  depth  increases  with  increasing  temperature.      In  {C^H^)  Jd-Iw  the 
trend  is  not  so  consistentj  the  position  and  depth  of  the  minimum  is  very  sensitive  to  the  temperature. 

There  is  an  ovei-all  similarity  between  the  four  conductivity-composition  ci  rves  studied  here.  They 

show  a  certain  amount  of    resemblance  to  the  non  polar  binary  mixture  benzene-argon  [2].      Mixtures  of 

n-heptane  with  inert  gases  might  provide  a  better  comparison  sin.ie  n-heptane  end  diethyl  ether  have  similar 
molecular  weights,  viscosities  end  molecular  structure. 


5.1.      Hirschf elder  Approxjimaticn 

The  parameters  for  the  calculation  of  thermal  conductivity  from  eqs.  (3)  and(4)  are  shown  in  tables 
1  and  2.      In  determining  values  of  A^.    and  B^.    tabulations  of  Hirschfelder  [U^  were  used  for  the 
Lennard-Jones  potential  (6  =0).      In  ihe  case  of  dietlryl  ether  6  =  O.O8  and  A. .    and  B. tabulations  of 
the  Stockmayer  potential  were  used.  *' 

Hirschfelder' s  calculations  are  based  on  the  assumptions  that  the^-e  is  no  interchange  between  trans- 
lational  end  internal  energy  transport  and  that  values  adopted  for  parameters  expressing    unlike  inter- 
actions have  to  be  based  on  combining  rules.      The  combination  niles  are 

^.  ,  =  (  ^. .  +  (T.  . )/  2 

^ij  =  (^ii  ^ij)'  00) 

hr-^hi  «i3)'t(<^ii^jj)v<fi^]^ 
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From  teble  3  i't  ■""J'  t>e  seen  that  Eirschf elder* s  epproxim&tion  overestimates  thermtl  conductivity  for 
eech  bin&ry  mixture.     This  is  most  for  (C^Ht-)20-He  end  least  for  (C^i^^)  ^^-^^^2  ^i'th  the  gr^etest  devifitions 
occuring  et  50  C  and  in  compositions  of  between         and  doi  diethyl  ether. 


5.2.      Wassiljews  coefficients 
5.2.1.  Introduction 

"Best"  values  of  k^.  have  been  estimated  from  the  experiment£;l  results  for  the  four  binary  mixtures. 
If  A.,  and         are  both  ttcnsidered  freely  disposfcble  there  exists  a  large  rtnge  of  ptirs  of  v£_lues  which 
give"*"^  equelly  good  fit  with  experimenttl  thermal  conductivity.      If  tn  independent  general  relstion 
between  the  two  were  available  the  prediction  of  the    .  .  would  be  easier.      Such  a  relationship  [19]  is 


There  is  good  reason  to  believe  thut  •J  =  4[19>2A]  and  our  "best"  A^^  are  calculated  on  this  assumption. 
Values  of  A.  .  for  experiment,  Lindssy-Bromley  and  Francis  ere  shovtn  in  table  4.      From  tables  3 


Table  4.      Values  of  A 


Experimental  A 

ij 

Lindsay-Bromley  A^^ 

Francis 

^-ij 

50**c 

100*^0 

50°C 

lOO^C 

50°c 

100°C 

0.504 
2.340 

0.491 

2.270 

0.439 

2.039 

0.446 
2.064 

0.355 
2.647 

0.360 
2.599 

0.254 
5.810 

0.242 
5.400 

0.265 
6.061 

0.274 
6.091 

0.030 
6.189 

0.032 
6.151 

0.352 
3.810 

0.348 
3.660 

0.336 
2.978 

0.326 
3.426 

0.150 
4.250 

0.155 
4.185 

51 

0.474 
2.260 

0.468 
2.190 

0.427 
2.035 

0.4Z7 
2.045 

0.275 
2.733 

0.281 
2.611 

4  it  may  be  seen  that  "best"  A. .  fit  observed  results  well  and  show  only  small  dependence  on  temperature. 
They  are  also  consistent  with  minima  and  an  inflexion  for  (C2H^)20-Ar  system  (Appendix). 

5.2.2.      Empirical  estimates 

The  experimental  date  permits  a  test  of  Lindsay-Bromley  A. .  (table  3) •      I"  ^^^1  cases  except 
(C2H(-)pO-He,the  thermal  conductivities  are  overestimated  by  an''"^l.verage  of  3*.  which  is  about  l|  worse 
than  Hirschf elder's  approximation.      For  (C2Hc-)20-He  the  thermal  conductivity  is  underestimated  by  about 
3^.      The  greatest  deviations  occur  for  mixtures  between  Ifi%  and  60^  diethyl  ether.      For  example,  the 
maximum  deviation  for  (CpHj-)^O-Ar  at  50°C  is  -^S.H  at  60%  diethyl  ether  and  for  (GpH  )„0-He  it  is  -7.3^ 
at  60^  diethyl  ether.  ^  " 

Thus  in  all  cases  except  {C^R^)JO-Ee  the  Lindsay-Bromley  equation  underestimates  A...      The  factor 
0.733  [38]  in  the  equation 


^ij    "    ^•■^^  ^Vj)^^  ^^3^ 

has  no  rigorous  foundation.      It  was  introduced  by  Lindsay  and  Bromley  in  an  attempt  to  reduce  the  high 
values  of  A.,  which  their  formula  gave  for  mixtures  of  polar  and  nonpoltr  gases.      In  the  case  of  diethyl 
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ether  with  neon  or  argon  or  nitrogen  much  improved  values  of  A. .  are  obtained  if  diethyl  ether  is  consid- 
ered to  be  non  polar,  (S..  =1.0  xys^S.).      Such  an  assumption,  however,  provides  even  less  adequate 
values  of  A.,  for  nixtureS  of  diethyl  eiher  with  helium.      We  conclude  that  the  Lindsay-Bromley  equation 
is  very  unreliable  where  there  is  a  very  great  difference  in  the  masses  of  the  constituents  of  a  binary 
mixture,  and  that  the  combining  rule  for  S. .  depends  too  critically  on  the  decision  whether  a  given  gas 
is  polar  or  not. 

The  A. .  predicted  by  the  Francis  equation  uniformly  overestimate    thermal  conductivities  of  our 
mixtures  by''between  2%  and  1,%  (tables  3  snd  4).      It  is  useful,  however,  even  when  the  masses  of  con- 
stituents differ  greatly. 


5.2.3.      "Best"  Experimental  values 


As  already  stated  values  of  A. .  may  be  given  a  simple  interpretation.      They  are  a  quotient  of 
efficiencies  of  impeding  tran3port''"if  heat.      In  all  cases  studied  here,  one  of  the  Wassiljewa  coeffic- 
ients is  much  greater  than  one,  and  the  other  is  much  smaller  than  one.      Diethyl  ether  is  more  effective 
in  impeding  the  transport  of  heat  by  the  inert  gas  than  the  inert  gas  is  in  impeding  the  transport  of 
heat  by  diethyl  ether.      As  most  of  tne  hett  is  transferred  by  the  inert  gas  this  c&uses  the  thermal 
conductivity  of  diethyl  ether-inert  gas  mixtures  to  fall  below  molar  averages. 

When  considering  impedtJice  of  hecit  transport,  mass  ratios  and  relative  sizes  must  be  considered 
{tables  1  and  2).      These  two  factors  cannot  be  distinguished  in  the  case  studied  here  since  they  effect- 
ively follow  similar  trends.      Thus  helium  which  is  small  and  light  is  most  effectively  impeded  by  the 
large,  heavy  diethyl  ether.      Consequently  the  thermal  conductivity  of  the  mixture  can  fall  by  as  much 
as         below  molar  average.      The  effect  of  replacing  helium  by  neon,  nitrogen  and  argon  reflects  the 
increased  masses  and  collision  diameters  of  these  molecules;    negative  deviations  decrease  in  proportion 
to  the  mass  ratios.      However,  even  for  mixtures  of  diethyl  ether  with  argon  in  which  the  mass  ratio 
(1.85)  is  not  very  large,  the  combined  effect  of  relative  mass  and  size  results  in  diethyl  ether  being 
about  five  times  more  effective  in  impeding  the  transport  of  heat  by  the  other  molecule  than  is  argon. 

6.  Appendix^ 

As  already  stated,  the  Wassiljewa  equation  is  capable  of  scommodating  turning  points  and  inflexions. 
The  conditions  for  these  are  derived  below. 

On  introducing  z  -  x./x^  and  assuming  i  refers  to  the  component  with  lower  thermal  conductivity 
eti-  (5)  becomes 

K    =    +   J   .  (16) 

1  +  A. .z         1  +  l/A, .z 

For  a  turning  point  dK/dz  =  0  or  dK/dx  =  0  so  that 

dK  A. .^A..K,  (1*A. -  A. .k.   (A. ,z  +  A.  .A..)^ 


dz  (1  +  A. .z)     (A^.z  .  A^.A..) 


2  2  =0  (17) 


therefore. 


_  yA.,A..K./K.  -  1 

"    ^       -  .  (18) 

1  -yi/A..A...K./K. 


A^.,  A.^,  Kj^,  K.  and  z  are  all  positive.      If  the  right  hand  side  of  eq.(l8)  is  negative  there  can  be 
no  turriing  poini,  since  this  implies  a  negative  (physically  impossible)  value  of  z.      There  must  the^'e- 
fore  be  a  monotonic  variation  of  K  with  z  and 

K./K.  >   A,  -A..  >  K,/K.  . 

For  a  turning  point  the  right  hand  side  of  eq.  (18)  must  be  positive  so 

2     In  collaboration  with  Dr. J , .  Sutton,  N.E.L.,  East  Kilbride,  Glasgow,  U.K. 
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Tq  obtsin  the  conditions  for  a  miiximum  or  minimum  dK/dz  -  0  is  substituted  into  the  value  of 
d'^K/dz^n  v/here 


2k. : 


dz" 


K. 

1 


A.  .A..-1 


,2+1)'^  (A.  .z+l)(/.  .z+A.  .A..) 


(19) 


The  sign  of  the  equation  ie  determined  by  the  sign  of  ^^^^^^^  - 

If  A.  .A..    >    1,  a  minimum  is  obtained  and 
i  i  1  i 

If  A.  J  A.,  1,  a  maximum  is  obtained. 

For  each  binary  mixture  exi;eriment£l  A.,  values,  K./K.  and  K./K.  ere  shown  in  table  5. 


Tfible  5 


System 
(i)  (j) 

.50^1... 

100°C 

A.  .A.. 

K./K. 
1  J 

K./K. 

0 

0A.  .A  .. 

A.  .A.. 

K./K. 
1  J 

K./K. 

0 

0A.  .A.. 

(C2H^)20-Ar 

1.l8o 

0.924 

1 .082 

1 ,020 

1  .204 

1.115 

0.947 

1.053 

0.993 

1.107 

(C2H^)20-He 

1.476 

0.109 

9.157 

1.902 

2.807 

1.408 

0.127 

7.842 

1.832 

2.579 

(C2H^)20-Ne 

1 .342 

0.336 

2.978 

1.363 

1.829 

1 .274 

0.391 

2.555 

1.306 

1.664 

(C2H5)20-N2 

1.071 

0.6p 

1.586 

1 .160 

1.242 

1.024 

0.719 

1.390 

1.115 

1.U2 

From  the  t&ble  it  is  clear  that  the  Wassiljewe  expression  for  (C„H(-)^,0-He,  (C2Hj:)20-Ke  and 

(C„Hj-)20-N^  predicts  s  monotonia  variation  of  thermal  conductivity  with'^x';      The  mixtures  of  (C2H|-)20-Ar 

bo€h  at  50^  0  and  100  C  satisfy  the  conditions  for  a  minimum  value  in  the  thermal  conductivity-composition 

curve.      These  are  calculated  at  57,o  and  14,5  diethyl  ether  at  50  C  and  100  C  respectively  which  are  in 
agreement  with  expf-riment  (fig.1). 

In  order  to  derive  the  condition  for  a  turning  point,  eq.(l8)  is  expressed  in  terms  of  resistances 
as  explained  earlier.      Thus  if  R. .  =  l/K.  and  a      -  A../K.  etc.  eq.  (18)  becomes 


R..a.  .a..    (1-R.  JjcL.  .a..  ) 
•^ijZ     =    J:i„iJ,jiJ„__iill,i!_JiJ_  .  (20) 

R.  .R.  .    fST.a..   /  R.  .   -  1) 

11  JJ    IJ  Jl  JJ 

Thus  a  minimum  occurs  whei      .J..  >    R.  .R.  .  or  when  the  product  of  resist£.nces  for  unlike  interactions 

ij  li         XX  i1 
is  greater  than  that  for  like  interactions. 

2        2         2  2 

A  point  of  inflexion  occurs  when  d  K/dz  or  d  K/dx  =  0.  An  inflexion  in  the  K  -  z  plot  does  not 
necessarily  coincide  with  the  inflexion  in  the  K  -  x  plot,  thus 

^     =     ^    [2(l4z)  dK  +  (I4z)2  df|  ],  (21) 
dx'^  dx  dz  dz 

2       2  2  2 

where  d  K/dz    is  given  by  eq.(l9)  and  dK/dz  by  eq.{l7).      Waen  d  K/dx    =  0. 

,       =   ll±^iiiili  (22) 
xi  ~  > 

(0  -  1) 
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where 


The  conditions  become 


^3  =        .  !i  .  J^:^L     .  (23) 

A.. A..  K.  {A.. -A.. A..) 


>   1    >  0AijAji    or    0  <   1   <  0A.jA 


From  tfcble  (5)  the  only  mixture  s&tsifying  the  condition  for  en  inflexion  is  {02^^)2'^-^'^  ^.t  100°C 
This  is  csJ-cultted  to  occur  at  55=  diethyl  ether  in  agreement  with  experiment  (fig.lj. 


Symbols 

1,2...      subscripts  designating  chemical  species  in  a  mixture. 
a'^,  quantities  defined  by  Hirschfelder  et  al  ( 4  ) . 

coefficients  giving  relative  efficiencies  in  impeding  transport. 
a,b,c       quantities  expressing  results  of  a  first  approximation  to  rigorous  theory    for  a  binary  mixture. 

thermal  capacity  of  unit  mass  at  constant  volume. 
D  diffusion  coefficient. 

K  thermal  conductivity. 

M  molecular  weight. 

R  gas  constant . 

5  Sutherlandfe  constant. 

^int^'      subscripts  denoting  translational  and  internal  contributions, 
x^x^        mole  fractions. 

^  experimental  quantity  inversely  proportional  to  K. 

6  parameter  of  the  Stockmayer  potential  for  polar  gases  defined  by  Mason  and  Monohick  [^2]. 
y  viscosity. 

^  collision  diameter, 

dipole  moment. 


We  thank  Drs-  J,  R.  Sutton  and  P.  K.  Chakraborti  for  useful  discussion. 
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5  6 


Figure  1.     The  effect  of  composition  on 
thernial  conductivity  for  (C2H5) 20-Ar , 
Lower  curve,  50  °C ,  upper  curve  100  °C. 
Broken  curve:     Wassiljewa  equation, 
Aij  from  the  predictions  of  Lindsay  and 
Bronley;  continuous  curve:  Hirschfelder 
approximation;  0:     our  experimental  values. 
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350        Figure  2.     The  effect  of  composition  on 
thermal  conductivity  for  (C2H5)20-He„ 
The  legend  is  the  same  as  figure  1  except 
brolcen  curve:     Hirschfelder  approximation - 
continuous  curve:     Wassiljewa  equation  Aj^j 
from  the  predictions  of  Lindsay  and  Bromley, 
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Determination  of  the  Eucken 
Factor  for  Parahydrogen  at  77°K 


Lee  B.  Harris' 
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Xerox  Corporation 
Rochester,  N.   Y.  1^+603 


At  77''K  the  measured  change  in  thermal  conductivity  of  hydrogen  caused  by  a 
change  in  the  relative  proportions  of  ortho-  and  parahydrogen  can  be  used  to 
determine  the  d i mens i onl ess  parameter)?  introduced  by  Hirschfelder  [Sj^  i n  his 
formula  for  the  "modified  Eucken  correction"  and  which  is  a  measure  of  the  con- 
tribution of  rotational  energy  to  the  thermal  conductivity  of  a  polyatomic  gas. 
This  method,  which  is  very  reproducible  and  is  not  sensitive  to  systematic  errors 
in  the  measurement  of  absolute  thermal  conductivity,  yields <?  =  0.75.     An  analogous 
method,  using  the  variation  of  thermal  conductivity  at  311°K  of  a  H2-Ar  mixture 
Ql42  as  the  proportion  of  H2  is  increased,  yields  <S=  O.76,  which  is  in  excellent 
agreement  with  values  previously  obtained  by  other  investigators  from  absolute 
measurements  of  thermal   conductivity  [_1^3  and  Prandtl  number  [3,17]'     Both  of  these 
values  are  significantly  lower  than  those  calculated  for  hydrogen  by  Hirschfelder 
[3j ,  and  suggest  that  the  diffusion  coefficient  for  rotational  energy  is  lower 
than  that  for  self-diffusion  of  hydrogen. 

Key  Words;     Eucken  factor,  gases,  gas  mixtures,  hydrogen,  orthohyd rogen, 
parahydrogen,   thermal  conductivity. 


1 .      I nt  roduct  i  on 

For  a  monatomic  gas  the  thermal   conductivity       is  given  [l]   very  closely  by 


where  R  is  the  gas  constant,  M  the  molecular  weight,  both  in  molar  units,  and  ^  is  the  viscosity.  For 
a  polyatomic  gas,  eq  (1)   is  usually  corrected  in  a  manner  first  suggested  by  Eucken  \2] ;  Hirschfelder 
[3]  generalized  the  "Eucken  correction"  [4]  to 


A'  =  >[l  +  (2/5)  S  (C/F)]  =  Xf'^  (2) 


where  C     is  the  rotational  specific  heat  and  X's  the  thermal  conductivity  excluding  rotational  energy 
transport;  f'^  is  called  the  "modified"  Eucken  correction  and  differs  from  the  "Eucken  factor",  f, 
generally  encountered  in  the  literature  [^t] .     H i rschf e 1 der ' s  [32  expression  for  §  is 

=  =  (2/3)p  D/n  (3) 

( 1   1  )  "  (2  2)-'- 

where  D  is  the  coefficient  of  sel f -d i f f us i on,  p  is  the  gas  density  andjTZ-    '        and.^^    '  are 
collision  integrals  [5j  •     Eucken's  original  equation  is  a  special  case  of  eq  (2)  obtained  by  letting 
p  =  ],   in  which  case  S     takes  the  value 
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Thermal  conductivity  measurement  provides  a  value  of  the  Eucken  factor,  f,  from  which  the  value 
of  (5  may  be  estimated.     However,  the  accuracy  of  this  estimate  is  severely  affected  by  the  fact  that 
the  term  involving  S  in  eq  (2)   is  always  a  relatively  small  contribution  and  is  especially  small  at 
low  temperatures,  where  the  rotational  motion  is  restricted  by  quantum  effects.     For  hydrogen  below 
100°K  the  term  involving  S  contributes  less  than  10%  so  that  a  1%  error  in  measuring  thermal  con- 
ductivity becomes  a  10%  error  in  determining  S  ■     Low  temperature  thermal  conductivity  data  for  hy- 
drogen [6]  shows  a  spread  of  about  5%;  and  the  corresponding  values  of  S  differ  by  a  factor  of  two. 
Consequently,  although  the  thermal  conductivity  of  hydrogen  is  used  to  detect  the  ortho-to-para  con- 
version [7]   it  has  not  been  possible  for  students  of  that  phenomenon  to  correlate  their  results  with 
theoretical  or  experimental    results  such  as  those  cited  above.     Such  correlation  is  also  hampered  by 
the  fact  that  most  of  the  investigators  cited  above  have  not  considered  orthohyd rogen  and  parahydrogen 
as  separate  constituents.     In  this  paper  a  method  is  described  with  which  S  may  be  accurately  deter- 
mined at  77°K  from  the  relative  change  in  thermal  conductivity  associated  with  the  ortho-to-para  con- 
version.    Only  an  outline  of  the  method,  and  the  results  are  given  here.     Details  of  the  apparatus 
and  procedure  and  further  discussion  of  the  results  will  be  published  elsewhere. 


2.  Method 

For  a  binary  gas  mixture,  H i rschf el der ' s  [S]  expression  for  thermal  conductivity  is 


X',2    =  +  (A'l  -^,)/['  +  (V^l)(Dl,''Dl2)] 

+  (X'z  -  ^2^  /  ['  +  (x,/x2)(D22/D,2)] 


(5) 


where  the  subscripts  1,  2  and  12  denote  gas  #1,  gas  #2  and  the  mixture,  respectively,  and  x  refers  to 
mole  fraction.  includes  the  effects  of  rotational  energy  and  X  does  not.     For  a  mixture  of  ortho- 

and  parahydrogen,  since  the  difference  between  these  two  species  is  purely  rotational,   it  is  approx- 
imately true  (denoting  ortho  and  para  by  subscripts  o  and  p  respectively)  that 


y  =  }^  =  )^    ^  k.  (6) 

op'o'p'  ^  ' 

If  it  is  true  that 

D     ^  D  D  (7) 

00       pp  op 

where  the  subscripts  o  and  p  refer  to  ortho-  and  parahydrogen  respectively,  then  substituting  (6),  (7) 
and  (2)   into  (5)  and  using  the  fact  that  Xq  +  Xp  =  1,  one  obtains: 


X'op=  ^(2/5R)(C^)^($'^+  Xpb^ 


(8) 


whe  re 


b=  (2/5R)  [(C,)p<^p-  (C,),C?J  (9) 

The  quantity  b  may  therefore  be  determined  experimentally  by  measuring  the  rel at  i  ve  rate  of 
change  (1/^  )(  b  X'op/^  ^P^" 

Once  b  has  been  determined  experimentally,  eq  (9)  provides  a  relationship  between  Sq  and      p-  If 
sufficient  additional    information  regarding  either  of  these  is  available  from  other  experimental  data 
or  from  theory,  then  one  may  determine  their  values  individually.     At  IOO°K  or  lower,  orthohydrogen  be- 
haves almost  like  a  monatomic  gas  [^i.e.,    (Cr)Q^O.Ol  cal/mole^.     Therefore,  at  such  temperatures  (9) 
yields 

<5p  =  [R/(C^)p]   (5/2)b  (T<   100°K)  (10) 

Equation  (10)   is  used  in  determining  the  results  to  be  reported  here. 
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To  measure  thermal  conductivity,  a  cy I i nd ri ca 1 1 y  symmetrical  hot-wire  cell  was  used,   for  which  it 
is  well-known  that,  neglecting  radiation  and  end-effects,  the  rate  of  heat  transfer  ^  out  through  the 
cell   is  [9] 


K  =  2jtL//n(r  /r) 
o 

where  L  is  the  length  of  the  cell  and  Tp  and  Tq  are  the  temperatures  at  the  wire  surface  (radius  r) 
and  at  the  outer  wall    (radius  r^),   respectively.     From  eq  (11)   it  can  be  shown  that 

To  avoid  measurement  errors  that  occur  at  small  values  of  (T^  -  Tq)  it  is  best  to  plot  ^  /(T^  -  Tq)  vs. 
(Tr  -  Tq)  and  extrapolate  linearly  to  (Tp  -  Tq)  =  0. 

At  100°K  or  lower  temperatures  it  is  possible  to  determine  A f rom  the  experimental  data.  Since 
at  these  temperatures  the  rotational  motion  of  orthohyd rogen  is  "frozen",  the  thermal  conductivity  of 
pure  orthohyd  rogen  (X, 'o.o)        equal  to  Since  /-'op  is  a  linear  function  of  Xp  [see  eq  (8)J  , 

<^'o.O^/^0.25  ~  ^  a' •  Therefore, 


3.  Results 

o 

Figure  1  shows  a  plot  of  _    _    for  one  set  of  experimental  data.     The  lower  points  and  correspon- 

'  r"  '^o 

ding  straight  line  are  for  normal  hydrogen;  the  upper  points  and  straight  line  are  for  50.3%  para- 
hydrogen.     Table  1  shows  experimental  values  of  X'0,5  ^  0.25'   0-^^^"^'^^®"^        extrapolating  the 
straight  1 i  nes  to  T^  -  Tq  =  0  accord i  ng  to  eq  (12)];  and  ^  from  eq  (13). 


Table  1 

Values  of  thermal 

conduct  i  V  i  ty 

and  S  obta  i  ned 

f  rom 

ten  experiments  at  77°K. 

mw. / cm. 

deg.  K. 

b 

^^'0.25 

'  theor 

.5920 

.5796 

.567 

.506 

.0863 

.731 

.5870 

.5750 

.563 

.08if3 

.l\h 

.5878 

.575^ 

.563 

.0869 

.736 

.5861 

.5730 

.560 

.0922 

.782 

.5786 

.5661 

.553 

.0897 

.760 

.5803 

.5678 

.555 

.  0886 

.751 

.5738 

.5617 

.550 

.  0869 

.737 

.5761 

.5631 

.550 

.0931 

.789 

.5789 

.566tt 

.553 

. 0895  ■  ■ 

•  758 

.5787 

.5669 

.555 

.506 

.0841 

.713 

.7^+7 

Mean  values  and  99.9%  confidence  limits  i.Oit 


The  fourth  column  shows  a  theoretical  value  of  }^  calculated  from  kinetic  theory  £lo].    The  correspon- 
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ding  values  of  b  and  (5  ^  are  given  in  columns  five  and  six.     The  value  of  Cj.  used  in  these  calculations 
was  obtained  by  calculating  from  Farkas's  equations  [7]   the  rotational  energy  of  parahydrogen  at  fifty 
equally  spaced  temperatures  between  SCK  and  100°K.     These  points  were  least-square  fitted  by  a  fourth 
degree  polynomial  which  was  then  differentiated  at  77-2°K  to  obtain  Cp  =  O.5862  cal/mole.     The  first 
line  in  the  table  is  calculated  from  the  data  of  Fig.   1.     Lines  two  through  ten  of  Table  1   show  the 
results  of  nine  more  runs.     All  data  was  taken  during  a  three-month  interval   in  which  the  equipment  was 
shut  down  twice,  once  to  replace  the  platinum  wire  and  once  to  modify  the  Baratron  connections.  The 
last  line  in  Table  1   shows  the  mean  values  and  99 -9%  confidence  limits   Q  ij    for  the  value  of  <5  p. 

h  .     Di  scuss  i  on 

The     mean      value  of         differs  significantly  from  the  value  calculated  by 

Hirschfelder  for  T-  =  2  (which  corresponds  to  liquid  nitrogen  temperature  for  since  T-'>  =  T/(€/k) 

and  £  /k  ^-37°  for  H2,  where  6  is  the  well-depth  parameter  of  the  i ntermol ecul ar  potential  and  k  is 
Bolzmann's  constant).     Some  values  of  c?  for  hydrogen  can  be  calculated  using  absolute  measurements  of 
viscosity  and  thermal  conductivity.     From  the  data  of  Stolyarov  and  of  H i I senrath p  2]  ,  Liley  [6]  gives 
values  of  2.310  and  2.175  respectively  for  the  Eucken  factor,  f,  at  77°K.     The  corresponding  [^tj  values 
of  f '  are  .9^2  and  .910  from  which  eq  (8)  yields  negative  values  of  S  p-  IOO°K  the  data  of  Johnston 

£■  Grilly  \j3}  gives  f  '  =  1.03  from  which  S  p  ~  for  a  normal  mixture  of  three  parts  ortho-  and  one 

part  parahydrogen.     The  variation  among  these  values  of  <5  p  illustrates  the  previously  mentioned 
difficulty  in  using  absolute  thermal  conductivity  measurements,  which  must  be  extremely  accurate  to 
give  reliable  values  of  6'  .  especially  at  low  temperatures.     At  higher  temperatures,  Srivastava  and 
Srivastava  Q^t]  found  o  =  O.76  at  3I1°K  and  they  calculated  that  S  =  0.7^  according  to  data  of 
Johnston  &  Grilly  [1 3]  at  300°K.     At  the  same  temperature  Hi rschfelder ' s  [}]  calculations  give 
§==-0.89. 

Interestingly,    it  is  possible  to  use  the  thermal  conductivity  of  monatomic-diatomic  gas  mixtures 
in  a  manner  entirely  analogous  to  that  which  was  described  above  for  mixtures  of  ortho-  and  para- 
hydrogen.    Calling  the  monatomic  gas  #1  and  the  diatomic  gas  #2,  using  eqs  (2)  and  (6),  differentiating 
with  respect  to  x2  and  evaluating  the  derivative  at  X2  =  0  (and  noting  that  X)  +  X2  =  0,  one  obtains 

^^2  =  b^^^rQ    ^5/2)b'  (16) 

whe  re 

Equations  (16)  and  (17)  have  the  considerable  advantage  that  they  are  not  limited  to  any  particular 
temperature  range  or  any  particular  diatomic  gas.     To  use  them,  however,  one  must  know  {d  }^  12'^'^'^2^' 
which  may  be  found  either  theoretically  \j  S}  or  from  thermal  conductivity  measurements  at  temperatures 
low  enough  that  (C|-)2  — 0.     The  value  of  S  obtained  from  (16)  and  (17)  depends  not  on  the  absolute 
value  of  thermal  conductivity,  but  only  on  its  relative  variation  with  mixture  ratio.     Srivastava  and 
Srivastava  p^]  measured  the  thermal  conductivity  of  mixtures  of  hydrogen  and  argon  at  311°K.  From 
their  data,  eqs  (16)  and  (17)  yield  []l6]  ^5' j  =  O.76.     The  agreement  between  this  value  of  8  and  that 
determined  from  the  absolute  thermal  conductivity  measurements  is  excellent. 

Hirschfelder  [)]  pointed  out  thatch  can  be  calculated  from  the  Prandtl  number,  and  using  Keyes's 
p7l  data  for  hydrogen,  he  found  that  <5^  =  0.6^*  at  I73''K  and  <5  =  0.77  at  273°K. 

5 .  Cone  I  us  i  ons 

A  new  method  has  been  devised  with  which  H i rschf el der '  s  [3]  parameter  <S  for  rotational  heat 
transfer  can  be  determined  from  the  rel at  i  ve  change  of  thermal  conductivity  of  gas  mixtures.  This 
method  was  used  to  evaluate  o  for  parahydrogen  at  77°K  using  mixtures  of  ortho-  and  parahydrogen;  the 
value  so  obtained  is  O  p(77°K)  =  0.75.     This  result  is  not  sensitive  to  systematic  errors  in  the 
measurement  of  absolute  thermal  conductivity  and  is  probably  more  reliable  than  any  of  the  values 
obtained  previously  from  absolute  measurements  of  thermal  conductivity.     When  applied  to  the  thermal 
conductivity  {j^"}  of  a  mixture  of  hydrogen  and  argon  at  room  temperature,  the  new  method  yields 
O  =  0.76  for  normal  hydrogen.     This  value  is  in  excellent  agreement  with  the  values  0.7^  and  O.76 
obtained  from  absolute  thermal  conductivity  measurements  p3,l^]  and  the  value  0.77  from  measurement 
of  Prandtl  number  [^3,I7][. 
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Figure  1.     Thermal  conduct i •■  i ty  data  corresponding  to  the  first  line  of  Table  1.     Upper  points 
and  straight  line  are  for  a  50-50  ortho-para  mixture.     Lower  points  and  line  are  for  normal  hydrogen. 
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In  recent  years  there  has  been  an  increasing  number  of 
reported  thermal  conductivity  measurements  of  liquids,  gases 
and  gas  mixtures.     The  major  emphasis  of  these  works  has  been 
to  obtain  thermal  conductivity  values  with  a  high  degree  of 
accuracy.     Several  authors  have  reported  values  which  they 
claim  have  an  error  of  less  than  1%.     In  the  present  work 
some  of  the  factors  affecting  the  accuracy  of  thermal 
conductivity  measurements  in  a  calorimeter  type  thermal 
conductivity  cell  are  considered.     In  this  work  a  calori- 
meter type  cell  is  defined  to  be  a  cell  where  the  inner 
body  is  completely  surrounded  by  the  outer  body  and  the 
fluid  to  be  tested  is  placed  within  a  cavity  between  these 
two  bodies.     The  inner  body  is  always  at  a  higher  temperature 
than  the  outer  body. 

The  steady  state  heat  flow  by  conduction  for  such  a 
cell  is        =  k^^BAT  where  k     is  the  thermal  conductivity  of 
the  fluid,  B  is  a  geometrical  constant  of  the  cell,  and  AT 
is  the  temperature  difference  between  the  two  bodies, 

A  method  is  developed  for  very  accurately  measuring 
the  geometrical  constant.     This  method  has  yielded  the 
geometrical  constant  with  an  error  of  less  than  0. 01  per- 
cent. 

A  method  is  also  developed  that  allows  the  total  heat 
input  to  the  cell  to  be  measured  with  a  high  degree  of 
accuracy.     Unfortunately,  all  of  the  heat  input  to  the 
inner  body  is  not  transferred  by  conduction  through  the 
test  layer.     There  are  at  least  three  other  ways  that  heat 
can  be  transferred  from  the  inner  body  to  the  cold  outer 
body.     They  are:     1)  by  free  convection  in  the  test  fluid? 
2)  by  conduction  along  the  devices  used  to  position  the  two 
bodies  with  respect  to  each  other,  by  conduction  along  the 
wires  used  to  supply  power  to  the  hot  inner  body,  and  by 
conduction  along  the  wires  used  to  obtain  the  temperature 
of  the  inner  body;   and  3)  by  radiation  between  the  two 
bodies. 

A  detailed  analysis  of  each  of  these  methods  of  heat 
transfer  is  made,  and  a  method  of  predicting  or  measuring 
each  is  obtained.     The  analysis  shows  that  by  proper  design 
of  the  instrument  that  heat  transfer  by  free  convection  is 
so  small  that  if  it  is  neglected  the  error  in  the  thermal 
conductivity  is  negligible. 

This  is  not  true  of  the  other  two  forms  of  heat  transfer 
if  accuracies  of  1%  or  better  are  desired.     The  heat  loss 
along  the  connecting  devices  and  lead-in  wires  is  shown  to 
produce  the  largest  error  and  its  value  is  the  most  difficult 
to  obtain.     The  neglecting  of  this  method  of  heat  transfer 
can  cause  error  of  more  than  1%  in  the  measured  thermal 
conductivity  value.     It  appears  that  the  only  way  of  obtain- 
ing accurate  predictions  of  the  lead-in  loss  heat  transfer 
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is  by  direct  measurements. 


In  the  literature  there  are  reported  two  different  methods 
of  obtaining  the  radiation  heat  transfer  in  this  type  of  cell. 
These  two  methods  give  quite  different  results  for  certain 
fluids.     These  two  methods  are  reviewed  and  equations  for  one 
of  the  methods  are  developed. 

Experimental  data  is  obtained  to  support  the  theoretical 
equations  developed. 


Key  Words:     Convection,  geometric  constant,   lead-in  losses, 
minor  heat  losses,   radiation,   thermal  conductivity,  thermal 
conductivity  cells    (hot-wire,   parallel  plates,  concentric 
cylinders) . 


1.  Introduction 

For  numerous  applications  in  physics  and  engineering  the  exact  value  of  the 
transport  and  thermodynamics  properties  must  be  known.     One  of  the  major  problems 
connected  with  the  precise  experimental  measurements  of  these  properties  has  been  to 
determine  the  minor  heat  losses  from  the  testing  cell.     In  this  paper  these  losses 
are  determined  for  a  thermal  conductivity  cell,  but  the  methods  can  be  used  for  any 
calorimetric  instrument. 

In  the  past,  the  three  most  common  types  of  thermal  conductivity  cells  used  have 
been  1)   the  hot-wire  or  Scheirmacher ' s  cell,   2)   the  horizontal  parallel  plate  arrange- 
ment and  3)   the  concentric  cylinder  cell. 

The  hot-wire  apparatus  consists  of  a  fine  wire,   generally  platinum,  axially 
stretched  between  the  ends  of  a  closed  cylinder.     The  area  between  the  wire  and  the 
cylinder  is  filled  with  the  fluid  to  be  tested.     The  wire  serves  as  the  heater  and 
also  as  a  thermometer  and  the  cylinder  as  a  constant  temperature  heat  sink. 

The  main  disadvantages  of  this  method  are  the  difficulties  or  placing  and  keeping 
the  wire  exactly  on  the  axis  of  the  cylinder,  heat  losses  from  the  ends  of  the  wire 
and  an  inhomogeneous  temperature  field.     The  inhomogeneous  temperature  field  can 
produce     free  convection  currents.     The  convection  currents  as  well  as  the  heat  losses 
from  the  end  of  the  wire  are  greatly  influenced  by  the  radial  and  axial  dimensions  of 
the  annulus. 

The  second  method  uses  two  horizontal  parallel  plates  with  the  material  to  be 
tested  between  them.     To  eliminate  free  convection  the  upper  plate  serves  as  the  heat- 
er and  the  lower  plate  as  the  constant  temperature  heat  sink. 

One  of  the  main  advantages  of  this  type  of  cell  is  the  fact  that  the  plate 
separation  and  the  temperature  difference  can  be  made  large  without  introducing  free 
convection.     This  is  not  true  of  any  other  system.      Its  main  disadvantage  is  the  heat 
loss  from  the  edges  of  the  plate.     This  effect  is  increased  as  both  the  plate  separa- 
tion and  the  temperature  difference  are  increased.     To  reduce  this  effect  most  parallel 
plate  cells  are  built  with  some  type  of  a  guard  heater. 

While  these  guard  heaters  do  reduce  heat  loss  from  the  edges  of  the  plate,   it  is 
very  difficult  to  control  their  temperature,  and  it  has  been  impossible  to  keep  them 
at  the  same  temperature  as  the  cell.     This  results  in  two  major  problems.     One,  the 
time  to  reach  steady  state  condition  is  greatly  increased  and  two,  a  temperature 
difference  exists  along  the  wires  used  to  supply  power  to  the  cell  and  the  wires  used 
to  measure  temperatifres  in  the  cell.     These  temperature  gradients  introduce  another 
path  for  heat  flow. 

To  try  to  reduce  the  edge  effects  of  the  parallel  plate  cell,   the  third  system, 
that  of  two  concentic  cylinders,  has  been  used.     This  system  consists  of  two, 
generally  metallic,   cylinders.     The  larger  cylinder  has  a  hole  drilled  through  it 
that  is  slightly  larger  than  the  outside  diameter  of  the  smaller  cylinder.  The 
smaller  cylinder  is  placed  in  this  hole  and  the  material  to  be  tested  is  placed 
between  the  two  cylinders.     The  inner  cylinder  serves  as  the  heater  and  the  outer 
cylinder  as  the  constant  temperature  heat  sink. 

The  main  disadvantage  of  this  system  is  to  assure  perfect  alignment  of  the  axes 
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of  the  cylinders.     Although  edge  effects  are  much  smaller  then  in  the  parallel  plate 
cell,   they  still  exist  and  guard  heaters  are  still  required.     Another  disadvantage 
is  that  the  distance  between  the  two  cylinders  and  the  temperature  difference  must 
be  small  in  order  to  prevent  convective  currents. 

In  order  to  overcome  some  of  the  disadvantages  of  the  above  named  cells,  especial 
the  edge  effects  and  the  need  for  guard  heaters,  many  different  types  of  cells  were 
considered.     A  few  of  these  cells  are  listed  below. 

In  1948,   Riedel   [I]'''  made  modifications  to  the  concentric  cylinder  cell  by  placing 
a  right  circular  cone  on  each  end  of  the  cylinder  and  making  a  matching  cavity  in  the 
outer  cylinder.     This  elimated  any  edge  effects  but  greatly  increased  the  problem  of 
making  and  assembling  the  instrument.     It  also  introduced  inhomogenities  in  the 
temperature  field. 

Riedel  [2],  because  of  the  large  disagreement  between  his  earlier  work  and  other 
reported  values  of  the  thermal  conductivity  of  several  hydrocarbons,  also  constructed 
a  concentric  sphere  apparatus.     The  inner  sphere  was  the  heater  and  the  outer  sphere 
served  as  the  constant  temperature  heat  sink.     This  cell,   like  his  modified  circular 
cylinder  arrangement,   eliminated  any  edge  effect.     Its  great  disadvantages  were  in 
construction,   especially  making  sure  that  the  spheres  were  truly  concentric,  and  in 
obtaining  isothermal  surfaces.      In  addition  the  method  of  supporting  the  inner 
sphere  greatly  increased  heat  transfer  along  the  supporting  members. 

In  1953,   Schmidt  and  Leidenfrost  [3]  reported  thermal  conductivity  values  obtain- 
ed with  an  arrangement  that  employed  concentric  cylinders  with  hemispherical  ends. 
Like  the  conventional  concentric  cylinder  cell,  this  cell  used  the  inner  cylinder  as 
the  heater  and  the  outer  cylinder  as  a  heat  sink.     It  also  eliminated  any  edge  effects, 
and  Leidenfrost  [4]  showed  that  the  main  parts  of  this  cell  could  be  very  accurately 
positioned  with  respect  to  each  other. 

Although  the  last  three  cells  have  eliminated  any  edge  effect,   they  all  have 
introduced  a  new  problem.     Each  has  the  inner  body  as  a  heater  element  and  each 
requires  that  the  inner  body  be  held  in  a  fixed  position  with  respect  to  the  outer 
body.     This  requires  some  type  of  a  support  and  wires  running  from  the  outer  cold 
body  to  the  inner  hot  body.     Thus  introducing  a  path  for  heat  flow  and  a  new  unknown 
in  determining  thermal  conductivity. 

The  purpose  of  this  work  is  to  examine  this  loss  along  with  the  other  heat  losses 
due  to  convection  and  radiation,  and  to  examine  some  other  factors  which  affect  the 
accuracy  of  thermal  conductivity  measurements. 


2,     Description  of  Apparatus 
2 . 1     Basic  Unit 

Figure  1  shows  a  schematic  drawing  of  the  thermal  conductivity  cell.     The  equation 
given  in  this  paper  are  for  this  instrument,  but  the  methods  used  for  calculating  the 
minor  heat  losses  can  be  applied  for  any  calorimeter  type  device  where  the  cold  body 
completely  surrounds  the  hot  body  and  where  the  cold  body  has  a  connection  to  the  hot 
body  through  a  holding  rod   (or  rods)  and  lead-in  wires. 

The  cell  is  made  from  two  concentric  cylinders  with  hemispherical  ends.  The 
inside  or  heater  element,  also  called  hot  body,   1  ,  and  the  outside  or  cold  body,  2, 
are  separated  by  a  gap,  nominally      0.05  cm.     They  are  made  from  pure  copper  and  are 
gold  plated  on  all  parts  in  contact  with  the  fluid  to  be  tested. 

The  low  strength  of  copper,  especially  at  high  temperatures  and  pressures,  makes 
it  necessary  to  follow  special  precautions  in  order  to  avoid  damage  to  the  cell.  Thus 
the  unit,  as  shown  in  Figure  1,   is  placed  inside  a  high  pressure  vessel  which  makes  it 
possible  to  maintain  the  pressure  on  the  outside  of  the  cold  body  the  same  as  exists 
in  the  gap  of  the  cell.     The  high  pressure  vessel  is  surrounded  by  a  constant  tempera- 
ture bath. 


1  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 

2  Number  refers  to  number  on  Figure, 


635 


3.     Basic  Equations  and  Correction  Factors 


The  steady  state  heat  flow  by  conduction  for  any  configuration  with  two 
isothermal  surfaces  can  be  written  as 


(1) 


where  q^^  =  heat  flow  by  conduction 

=  thermal  conductivity  of  the  fluid  between  the  isothermal  surfaces 
B     =  geometric  constant  ' 
AT  =  temperature  difference  between  isothermal  surfaces 

The  geometric  constant  in  equation  1  is  a  function  of  the  shape  of  the  isothermal 
surfaces  and  the  distance  between  these  surfaces.     Since  for  most  cases  the  shape  and/ 
or  the  distance  between  the  surfaces  changes  with  temperature,   the  geometric  constant 
changes  with  temperature. 

Equation  1  is  solved  for  the  thermal  conductivity  k     to  give 

Li 


BAT 


(2) 


To  determine  thermal  conductivity,   the  heat  transfer  by  conduction,  the  geometric 
constant  and  the  temperature  difference  must  be  measured  or  determined, 

3.1     Geometric  Constant 

If  all  heat  flow  is  radial  the  steady  state  heat  transfer  equation  by ' conduction 
through  a  fluid  layer  in  the  form  of  a  cylindrical  annulus  with  hemispherical  ends  can 
be  written  as 


=  k^AT 

J-i 


2Tr 


l"d 


Dd, 


(3) 


where  h  =  length  of  cylinder 
d  =  inside  diameter 
D  =  outside  diameter 

Comparing  Eq.   3  with  Eq.   4,  the  geometric  constant  B  is 


B  =  2Tr[- 


1"  t 


-  +  ^1 
D  ^  D-d-" 


(4> 


Several  disadvantages  exist  in  determining  the  geometric  constant  in  this  manner. 
First,  the  equation  assumes  that  all  heat  flow  is  radial,  but  in  the  combined  arrange- 
ment used  here  there  exists  a  thermal  inhomogeneity  in  the  transition  from  the 
cylindrical  to  the  spherical  portion  of  the  annulus  due  to  the  fact  that  at  this  point 
the  temperature  profile  across  the  gap  changes  from  a  logrithmic  to  a  hyperbolic  one. 
Leidenfrost  [4]  stated  that  this  effect  can  be  made  small  by  a  proper  choice  of  a 
diameter  and  gap  width,  but  even  with  this  error  made  small,  direct  measurements  of 
the  length  and  diameters  prove  to  be  extremely  difficult  and  they  are  functions  at 
the  temperature  and  pressure. 

No  matter  how  careful  one  is  and  how  sensitive  are  the  instruments  used,   it  is 
still  impossible  to  determine  the  geometric  constants  exactly  because  it  is  impossible 
to  account  for  surface  roughness  and  other  inhomogeneties  [4], 

A  better  way  of  determining  B  is  to  use  an  analog  between  the  geometric  constant 
of  the  heat  transfer  equation  and  the  geometric  constant  in  the  equation  of  electrical 
capacitance  of  the  cell  assembly.     Due  to  the  similarity  between  the  electrical  and 
the  thermal  fields  all  non-homogeneties  will  be  included,      (See  detailed  information 
in  reference  4. )     Leidenfrost  [4]  has  shown  that  the  geometric  constant  determined  in 
this  manner  can  be  obtained  with  an  error  of  less  than  0,01  percent. 


The  value  of  B  as  determined  by  the  electrical  capacitance  analog  will  be  the 
same  as  the  value  of  B  in  the  heat  transfer  equation  only  if  the  relative  position 
of  the  hot  and  cold  bodies  are  exactly  the  same  in  both  measurements.     Thus,   there  is 
a  need  for  some  device  to  accurately  position  these  two  units   (with  respect  to  each 
other).     This  is  accomplished  by  the  two  tubes   (numbers  4  and  5)  shown  in  Figure  1. 
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3.2     Heat  Input 


Heat  is  supplied  to  the  unit  by  an  electrical  heater  inside  the  heater  element. 

The  total  heat  input  to  this  heater  is  found  by  using  the  electrical  circuit  shown  in 

Figure  2.  R^,  R2  and  R^  are  standard  resistors,  R  is  the  resistance  of  the  heater  and 
R^  is  the  resistance  of  all  lead-in  wires. 

The  current  I,  was  determined  by  measuring  the  voltage  drop  across  R^  and  current 
I2  by  measuring  the  voltage  drop  across  R2.  All  voltages  are  measured  with  a  six-dial 
Rvibicon  potentiometer. 

The  current  through  the  heater  is 

I  =  I^  -  I2  (5) 

and  the  voltage  drop  across  the  heater  is 

V  =  I2(R2  +  - 
The  total  heat  input  becomes 

=  VI  (7) 


or 


q^  =  I  R  (8) 


If  equation  8  is  used,  the  resistance  of  the  heater  as  a  f\inction  of  temperature 
is  required  but  if  Eq,    7  is  used  only  the  change  in  the  lead-in  resistance  as  a 
function  of  temperature  is  needed.     Since  all  parts  of  the  lead-in  wire  except  for  a 
small  amount  passing  through  the  centering  rod  are  outside  the  instrument,   it  can  be 
held  at  a  constant  temperature.     The  lead-in  wire  inside  the  instriiment  is  made  from 
constantan  wire  and  the  changes  in  its  resistance  over  the  temperature  range  used  are 
negligibly  small.   Therefore,  by  using  Eq.    7  the  need  to  know  the  temperature  dependence 
of  any  resistance  is  eliminated. 

The  constantan  wire  also  serves  another  purpose.     Because  of  its  low  thermal 

conductivity  and  its  high  electrical  resistance  as  compared  to  copper,  it  serves  to 

reduce  heat  transfer  by  conduction  along  the  centering  rod  and  lead-in  wires.  This 
effect  is  discussed  later  in  section  3.4, 

Unfortunately,  all  of  the  heat  input  is  not  transferred  by  conduction  through  the 
test  layer.     There  are  at  least  three  other  major  ways  that  heat  can  be  transferred 
from  the  heater  element  to  the  cold  body.     They  are: 

1)  by  free  convection  in  the  fluid, 

2)  by  conduction  along  the  centering  rod  and  lead-in  wires,  and 

3)  by  radiation  across  the  gap. 

The  total  heat  input  q^  can  be  written  as 

%  =        +        +  q^  ±       ±  .  .  .  (9) 

heat  transfer  by  conduction  through  the  fluid  layer 
heat  transfer  by  free  convection  in  the  fluid  layer 

heat  transfer  by  conduction  through  centering  rod  and  lead-in  wires 
Heat  transfer  by  radiation  across  the  gap 


3,3     Heat  Transfer  by  Free  Convection 

In  any  arrangement,  except  a  horizontal  layer  of  test  fluid  uniform  heat  from 
above,  free  convection  motion  will  be  present.     However,   it  has  been  shown  that  for 
very  slow  motion,  heat  transfer  by  free  convection  adds  nothing  to  the  total  heat 
transfer.     For  example,  Kraussold  [5]  showed  that  free  convection  heat  transfer  in  a 
cylindrical  liquid  layer  had  no  contribution  to  total  heat  flow  if  the  product  of  the 
Grashof  number   (Gr)  and  the  Prandl  number   (Pr)  was  below  600.     Schmidt  and  Milverton 
[6]  reported  a  theoretical  product  of  Gr.     Pr  of  1709  below  which  the  heat  transfer  by 
convection  of  a  fluid  enclosed  between  two  horizontal  plates  heated  from  below 


where  q,  = 

q^  = 

q^  = 

q'  = 
^r 
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contributed  nothing  to  the  total  heat  flow.     They  also  reported  an  experimental  value 
of  1770  +  140,   Schmidt  and  Leidenfrost  [3]  established  a  critical  Gr,   Pr  product  for 
the  configuration  of  the  combined  arrangement  of  the  present  test  cell  of  1200. 

The  product  of  the  Grashof  number  and  the  Prandtl  number  is 


Gr  Pr 


(10) 


where  g  =  acceleration  due  to  gravity 

P  =  coefficient  of  volumetric  expansion 
p  =  density  of  fluid 

S  =  average  thickness  of  fluid  layer 
\i  =  dynamic  viscosity 
c       =  constant-pressure  specific  heat 


By  careful  design  of  the  cell  and  by  controlling  the  temperature  difference 
between  the  two  isothermal  surfaces  the  Grashof -Prandtl  product  can  always  be  kept 
below  its  critical  value.     Thus,   the  effect  of  free  convection  can  be  reduced  to  a 
point  where  it  is  of  no  importance. 


3,4     Lead-in  Losses 

Figure  3  shows  a  schematic  drawing  of  a  typical  device  used  to  hold  the  hot  body 
in  the  desired  position  with  respect  to  the  cold  body   (see  Figure  1),      In  many  instances 
two  or  more  devices  are  required  to  assure  perfect  positioning.     Generally,  by  careful 
design,   the  heat  transfer  by  conduction  along  all  but  one  of  the  devices  can  be  reduced 
to  an  insignificant  amount,  by  making  this  device   (or  these  devices)  from  a  poor 
conducting  material  such  as  nickel-steel  alloys,  making  the  tube   (or  tubes)  thin  walled, 
and  drilling  many  small  holes  in  the  tube  wall   (or  walls)   to  further  reduce  the  heat 
transfer  area. 

Quite  different  is  the  situation  in  the  case  of  the  top  tube  (4)  in  Figure  1. 
This  tube  not  only  serves  as  a  positioning  device  but  also  as  an  enclosure  for  all 
lead-in  wires. 

In  this  case  the  centering  rod  consisted  of: 

1)  a  tapered  hollow  stainless  steel  tube  Stl, 

2)  tv/o  insulated  constantan  wires  carrying  current  to  the  heater  element.  The 
insulation  of  these  wires  is  aluminum-oxide  and  serves  as  an  electrical 
insi^lajor  but  has  a  rather  high  thermal  conductivity   (approximately  0,22  watts 
em    C~     at  25°C).     The  ceramic  and  heater  wires  are  enclosed  and  electrically 
shielded  by  a  stainless  steel  tube   (St2).     This  unit   (constantan  wires, 
insulator  and  stainless  steel  tube)   is  referred  to  as  the  "heater  lead-in 
unit. " 

3.     threethermocouples  enclosed  in  insulators.     This  unit  is  referred  to  as 
"thermocouple  unit. " 

To  calculate  the  heat  loss  through  the  centering  rod  the  following  assumptions 
are  made: 

1)  That  each  of  the  units  considered  above   (stainless  steel  tube  Stl, ,  heater 
lead-in  unit,  and  thermocouple  unit)   is  a  homogeneous  material  with  constant 
properties , 

2)  That  the  stainless  steel  tube  Stl  is  not  tapered, 

3)  That  each  end  of  the  centering  rod  is  held  at  a  constant  temperature;  the 
lower  end  at  'the  temperature  of  the  hot  body  t^  and  the  upper  end  at  the 
temperature  of  the  cold  body  t^. 

Even  with  these  assumptions  it  is  impossible  to  calculate  the  lead-in  losses.  If 
two  additional  assumptions  are  made  it  becomes  mathematically  possible  to  evaluate  these 
losses. 

These  assumptions  are: 

1)     That  the  temperature  of  any  cross  section  of  any  one  of  the  three  units 
described  above  is  a  constant.     This  assumption  does  not  imply  that  the 
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temperature  of  all  three  cross  sections  are  the  same. 
2)     That  the  heat  transfer  between  each  section  of  each  unit  and  its  surround- 
ing can  be  written  as  q  =  C . .    (T.   -  T.)  where  C. .    is  a  constant  which  depends 
only  on  the  geometry  and  thk^  average-' temperaturS  of  the  centering  rod,  T. 
and  T .  are  the  temperatures  of  the  cross  section  and  its  surrounding 
respectively. 

Figure  4  shows  a  schematic  diagram  of  a  section  of  the  centering  rod. 
Referring  to  this  figure  the  following  equations  result: 

q     =  C,„    (T,-  T^)    dZ  (11) 


(12) 
(1^) 


*r        Ic      i  c 

%1  =  ^12  -  ^2)         +  ^13  -  ^3^ 

%2  =  ^21   (^2  -  ^  ^23   (^2  -  ^3^ 

%3  =  Si   (^2  -  ^1^         ^  S2   (^3  -  ^2^  ^'"^ 

q.   =  -K.   A.   dTi  (15) 
^    ^  dz" 

dT  dT. 

q.  +  dq.=  -  K,A.   ^  +  d_  (-K.A    _±  dZ)  (l6) 

^  ^         ^  ^  dZ         dZ         ^  ^  dZ 

where  i       1,    2,  or  3. 
therefore 
2 

^  ^i  _  '^Ic      (T     -  T  )    +  ^12        (T,    -  T_)    +  ^13      (T     -  T  )  (  a  ) 

^=K,A^       '         '  ^1^ 

"^2  =  ^21     (T     -  T  )    +  ^23      (T     -  T  )  (b  ) 

dz2        ^2^2  ^2^2 

2 

^  "^3  +  a_  =  ^31  (T3  -  T^)  +  ^32  (T3  -  T2)  (c) 
dZ^  K3       K3A3  K3A3 


Theoretically  equation  IGa^  b,   and  c  can  be  solved  simultaneously  for      ,  T  and 
T3,     Once  these  temperature  distributions  are  known  the  heat  transfer  along  tTie  center- 
ing rod  can  be  found.     The  big  problem  with  this  approach  is  the  fact  that  the  C. . 
are  not  known  and  they  are  very  difficult  if  not  impossible  to  determine, 

Therefore  a  simpler  approach  is  needed.     This  is  accomplished  by  looking  at  three 
special  cases  listed  below.      It  was  hoped  that  by  looking  at  these  three  cases  the 
lead-in  loss  could  be  bracketed. 

These  three  cases  are: 

1)  there  is  no  internal  radial  heat  flow  i,e,     q^^^  =  qj^2  =  ~  ^'     This  gives 
the  minimum  heat  loss, 

2)  there  is  no  internal  resistance  to  radial  flow  from  the  heater  lead-in  unit, 
but  there  is  not  other  internal  radial  heat  flow  i.e,   q^^^  =  =  0  while 
q,^  =  C,^(T  -  T  ),     This  case  should  give  the  maximum  loss, 

3)  tne  centering  rod  is  regarded  as  a  solid  homogeneous,   slender  rod  with  uniform 
heat  generation.     This  is  an  ideal  case. 

Case  1 

For  case  1  the  following  assumptions  are  made 

(a)     The  heater  wires,  ceramic  insulators  and  stainless  steel  tube  St2  (heater 

lead-in  unit)  are  considered  as  one  material  with  thermal  conductivity  k,  and 
resistance  R,  .     It  is  assumed  that  this  unit  generates  heat  uniformly  but  has 
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no  radial  heat  flow, 
is  defined  as 

k^Aj^  =  kj^  ^^^^4^  =  ^^Con^Con  +  ^Cer^Cer  +  ^Stl^Stl 

where  the  subscripts:  . 

Con  =  constantan 

Cer  =  ceramic 

St  =  stainless  steel 
and  Rj^  =  total  resistance  of  heater  lead-in  unit 

(b)  The  thermocouples  and  their  insulator  are  one  material  with  conductivity 
k       (with  no  radial  heat  flow,  and  no  heat  generation). 

k^^  is  defined  as  2 

"^^  Ins 

^c^-c  =  '^TC  =  3(^PlSl  +  ^Rd^Rd  ^ins^lns^ 

where 

Pi     =  platinum 

Rd    =  platinum  -  platinum  10  percent  rhodium 
Ins  =  insulation 

(c)  The  stainless  steel  tube  Stl    has  radial  heat  flow  only  to  the  fluid  being 
tested  and  none  toward  the  inside  of  the  tube. 

The  differential  equation  and  boundary  conditions  for  case  1  and  assumption  a 
are 

^  +  ^  =  0  (17) 
dz^  '^h 

where  q  -  -  heat  generated  in  the  wires 

and  t  =  t,   when  Z  =  0 

t  =  t    when  Z  =  L  (18) 
c 

where  Z  is  the  distance  along  the  axes  of  the  centering  rod.     Equation  17  with 
boundary  condition  18  is  solved  to  give 

.^2  ,  -  *h  "  *c>  (19) 

-       2k^  2k^  L  ^ 

where  L  =  Jength  of  centering  rod.  Letting  6  =  t  -  t  and  At  =  t,  -  t  and  noting 
that  .       I  R,  ^ 

where  A^^  =  area  of  heater  lead-in  unit 
Equation  19  becomes 


e  =  -  on,".       Z"  +    i]lhL-  -  At )    Z  +   At  (20) 


^  ^  ^2 
2Lk,^Aj^  '2k^A. 


h  h 

The  amount  of  heat  transferred  from  the  heater  element  is 


^la  =  -W  §    Z  =  0  =  _  kj^A^  rf\_  -   At   >  Vh     At  -  i\  (21) 

L2kj^A^       L     J      L  2 


The  differential  equation  for     case  1  and  assumption  b  is 


^  =  0  (22) 
dz"^ 


with  boundary  conditions  18. 

Equation  22  with  boundary  conditions  18  is  solved  to  give 

640 


^Ib  =  ^  ^  +  (23) 


and  the  heat  loss  from  the  heater  element  is 


^Ib  =  (24) 


The  differential  equation  for  case  1  and  assumption  c  is 


d^^hlljLlA     2n  (25) 

dz^     ^sti'^sti  7S~ 


where  D  ,  D.  =  diameter  of  annulus  as  shown  in  Figure  3  with  D.   =  D.         and  the 
boundary  condition  are  given  by  Eq.    18,  ^  lave 

2 

Letting  M    =    i —    and     0  =  t  -    t  the 

^Stl^Stl     In  ^ 

differential  Eq.   25  is  , 
2 

rf    ft  9 

^  -  M^'e  =  0  (26) 
dZ 

with  boundary  conditions 

e  =  At  at  Z  =  0  (a) 

e  =     0  at  Z  =  L   (b)  (27) 

— MZ  MZ 

The  general  solution  to  26  is  q^^^  =  c^  e        +  C2  e 

Using  the  boundary  conditions  of  Eq.    27,   the  above  equation  is  solved  and  yields 

r  MZ         2ML  -Mzl 
At  [_€       -  e        e  J 


This  equation  is  reduced  to  give 

q,     =  sinhrM(L-Z)1     At  (28) 
sinh  (ML) 

The  heat  transfer  from  the  heater  element  is 

^^Ic  "  ^  ^Stl^Stl  At  coth   (ML)  (29) 

The  total  heat  transfer  from  the  heater  element  for  case  1  is  the  sum  of  Eqs. 
21,  24,  and  29  or 


(30) 


If  the  heat  transfer  from  the  heater  element  by  convection  and  radiation  is 
assvuned  to  be  negligibly  small,  then  the  total  heat  input  can  be  written  as 
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S  =  =  \  +  q^^2^3  (31) 

where  q^^  2  3  is  the  heat  transfer  by  conduction  along  the  centering  rod  and  lead-in 
wires.  '  '  The  subscripts  1,  2,  and  3  refer  to  the  three  cases  considered  and  only- 
one  at  a  time  can  be  used. 

2 

Solving  for  I     from  Eq,    31  gives 

,       k  BAT      qi    9  , 

=  -\-  +  (32) 

Substituting  Eq,    32   into  Eq.    30  and  using  q^  gives 


q,   =P^h\  +  ^Tc^-c     +  M  k<,^,A_^,    coth   (ML)    -  V  ^  W   [l  +  ^1  (33) 
^1     L  L   2     R  2R 

For  the  special  case  where  IC.— *0   (This  is  the  case  where  all  energy  generated  in  the 
hot  body  is  transfered  to  the  cold  body  by  radiation  through  the  gap  and  by  conduct- 
ion along  the  centering  rod.     This  condition  is  experimental^   obtainable  by  drawing 
a  vacuum  in  the  space  between  the  hot  and  cold  bodies, ) 

q,  is 

2 

q^(0)   =  +  ^TcN'c  +  ^Stl^Stl    ]  At  -       \  (34) 


(See  reference  10  for  proof  of  equation  34. ) 
Case  2 

The  assumpt ions  made  for  case  2  are: 

a)  The  heater  lead-in  unit  is  defined  as  in  case  la  but  is  loosing  heat  from 
its  outer  surface  at  the  rate 

D 

2TrkT    (t„  -  t   )/{ln  ■—  )  where  t„   is  the  temperature,   as  defined  in  assumption 

1 

2b  below, 

b)  The  remainder  of  the  centering  rod  is  one  solid  material  having  thermal 
conductivity  k     and  temperature  t2  but  loosing  as  much  heat  at  its  outer 
surface  as  it  §ains  from  the  heater  lead-in  unit.     k2  is  defined  as 

^2^2  =  ^2  ave     =   3  k^^A^^  +   3  k^^^A^^^  +   3  k^^^A^^^ 

^Stl'^Stl 

In  order  to  obtain  temperature  t2>  case  2  and  assumption  b  must  be  solved  first.  The 
differential  equation  for  this  case  is 

^  =  0  (35) 
dZ 

with  the  boundary  conditions   (18),  viz 

t„  =  t,      when  2  =  0 
2         ^  (18) 

t„  =  t      when  Z  =  L 
2  c 

The  solution  to  Eqs.  35  and  18  is  r, 

^2  =^-^  ^h     .  ^''^ 
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and  the  heat  transfer  from  the  heater  element  is 

q2b=  —  (37) 
The  differential  equation  for  case  2  and  assumption  a  is 

it,  -  V    -  qA^  (38) 

dZ^  °a 
1 

Substituting  Eq.   36  into  38  and  solving  gives 

t  =  N   f-At  Z-^  +    At  Z^l  -     ^     Z^  +  C,Z  +  t^  (39) 

L  6L  2         J  2~        ^  ^ 

n 


N  =  2rTk 


L 


where  D 

1 


and 


=  -At  +      ^  -  N  L' 


3 


At 


The  heat  transfer  from  the  heating  element  is 

^2a  =  -^.Vl  =  +  f')   -  ^    ^  (40) 

since  q  =      ^      equation  40  becomes 
n 


L  ^  3~'    -  (41) 


The  total  heat  transfer  in  case  2  is 


As  in  case  1,   if  the  heat  transfer  by  convection  and  radiation  are  neglected 


and  equation  42  is 


I    =  +  i-  (43) 


L  2       R-l         L  ■2R-' 


3  ln_^ 

O. 
X 


Looking  again  at  the  special  ease  where  k^"^,  equation  42  becomes 
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UJO)   =r  Vh  "  ^2^2  1    At-^  (44) 
L  2 


Case  3 

Leidenfrost  [4]  assumed  that  the  entire  centering  rod  is  a  slender  rod  with 
uniform  heat  generation  and  arrived  at  the  following  equation 


sinh   fP   (L-Z)1        q  cosh   [P        -  Z)  ]  ^  (45) 

sinh   (PL)  -  ^^^^   (|Lj  + 


where 

P~  = 


2  2Trkj^ 


D 

^s^s 

ttD^ 

=  average  cross-section  area  of  the  rod  =  —  

kg  =  apparent  thermal  conductivity  of  the  rod  and  is 


defined  as  follows: 


^^s^s  =  ^Cer^Cer  +  ^^Pl^Pl  +  ^^Rd^Rd  +  ^k^^^A^^^  +  ^stl^Stl  +  ^St2^St2  +  ^'^Ins^Ins 

D  ,  D.  are  the  diameters  of  the  annulus  as  shown  in  Figure  3  with  D.   =  D.  ave, 
a'     1  ^11 

Using  Equation  45,  the  heat  transfer  from  the  heating  element  for  Case  3  is: 

I  2 

q3  =  tanh    if^)    [  -th-i|M.     ,t  -  ]  (46) 


where 

^'1 


2  _  2nk  A 

B,    =  S  S 

In  a 

D. 
1 


B 


2nL 

2       ,  D 

In  a 

D .  . 
Neglecting  heat  transfer  by  convection  and  radiation  equation  46  may  be  written 

as 

,PL.  rcoth  (PL)         "   h  (47) 


q3  =       2  

1  ^  1  ,  tlx  k^  tanh-PL> 
1  +  -g-  (y)     L  (— ) 


Leidenfrost  [4]  points  out  that  by  correctly  designing  the  thermal  conductivity  cell 
Eq.  47  will  always  be  zero.     This  is  accomplished  by  making  PL  ].arge  enough  so  that 
for  the  lowest  value  of  k    being  tested  the  coth  (PL)   and  tanh   (■^)  approach  unity. 
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Then  the  ratio  can  be  made  unity  by  proper  choice  of  R,    and  R  thus  making 

=  0.     If  k,.  is  increased  PL  increases  but  the  value  of  coth   (PL)  and  tanh 

remain  unchanged.     This  same  scheme  will  not  work  for  cases  1  and  2.     It  is  true 
that  for  any  given  k     cases  q^^  and        can  be  made  zero;  but  as  soon  as  k  changes, 
q^  and        will  no  longer  be  zero. 

For  the  special  case  where  k^— KD  Eq.   46  reduces  to 

L 


2  (48) 

q,(0)   =  ^s\  At  -  ^  ^1 
L  L 

(See  reference  10  for  the  proof  of  Eq.   48. ) 

It  v7ould  have  been  convenient  to  compare  the  final  equations;   32,  42,  and  46  with 

some  experimental  results  to  see  which  equation  will  give  the  best  results  for  this 

instrument.     This  can  be  done  for  the  special  case  k     =  0.     For  convenience  the 

equations  for  k_  =  0  for  cases  1,  2  and  3  are  written  as 
Li 

2 

q,  (0)    =  W  +  ^Tc\c  ^   ^Stl^Stl      At  ~  ^  \  (34) 

L  2 

2 

q_(0)   =  W  +  1^2^2     At  "  ^  ^h  (44) 
L  2 

2 

q^(0)   =  ^s-^s   At  -  ^  \  (48) 
L  2 

Replacing  k,  A^,  k    A     ,  ^o^o  above  equations  by  what  they  are  equal  to 

yields  "       ic  ic       z  2 

^l(O)  =  (2k^^^A^^^  +  ^Cer^Cer  +  ^St2^St2  +  ^k^^A^^  +  3k^^Aj^^  +  ^k^^^A^^^  + 


k      A       )^  - 


I 


Stl  Stl'L  2 


*J2(0J   =   (2kc„„A^^n  +  ^Cer^Cer  +  ^St2^St2  +  ^k^^A^^  +  3kj^^A^^  +  Bk^^^A^^^  + 


k      A       )^ - ^ 
Stl  Stl'L  2 


"53(0)  =   (2k^on^^^n  +  ^Cer^Cer  +  ^St2^St2  +  ^k^^A^^  +  3k^^Aj^^  +  Bk^^^A^^^  + 

k      A  )^-^!^ 
'^Stl^Stl^L  2 

or  qj^(O)  =  q2(0)  =  q2(0)  and  no  help  is  obtained  in  determining  which  equation  to  use. 

The  resulting  equations  from  cases  1,  2,  and  3  were  solved  and  part  of  the  results 
are  shown  in  figures  sand  6.     The  graphs  show  the  lead-in  loss  as  a  function  of  the 
resistance  of  the  lead-in  heater  unit.     It  is  interesting  to  note  that  the  graph  of  q^ 
and  q_  are  parallel  and  that  a  resistance  of  approximately  3  ohms  that  the  graph  of 
q2  ana  q^  intersect.     These  same  results  hold  ture  for  a  thermal  conductivity  range 
from  0.0D05  to  0.007  watts/cm-C   (The  total  range  checked).     The  intersection  point 
of  q2  and  q^  increased  from  approximately  2.7  ohms  to  3.2  ohms  as  the  thermal  conduct- 
ivity increased  from  -.0007  watts/cm-C  to  0.  0007  watts/cm-C.     It  should  be  pointed  out 
that  in  these  graphs  q^  never  becomes  negative  but  if        were  increased  to  higher  values 
q^  would  also  become  negative. 

If  the  average  of  q,   and  q^  is  used  as  a  lead-in  loss  correction  for  the  thermal 
conductivity  measurements  and  if  it  is  assumed  that  the  true  lead-in  loss  correction 
is  somewhere  between  q,   and        then  the  uncertainty  in  the  thermal  conductivity  caused 
by  using  this  value  as  a  function  of  the  thermal  conductivity  of  the  test  fluid  is 
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shown  in  Figure  7.     The  figure  shows  that  for  thermal  conductivities  as  low  as  1. 5  x 
10"-^  watts/cin-C   (approximately  that  of  toluene)   that  the  percent  uncertainty  can 
approach  1%. 


a.  Conclusions 


From  this  work  it  is  obvious  that  the  calculation  of  the  lead-in  loss  is  very 
difficult.     In  fact,  theoretical  calculations  appear  to  be  almost  impossible.  Thus, 
there  appears  to  be  only  one  way  to  obtain  these  losses  and  that  is  to  experimentally 
measure  them.     Yet,  these  rough  estimates  of  lead-in  loss  show  that  the  uncertainty 
in  the  measured  value  of  the  thermal  conductivity  can  be  1%  or  more  if  lead-in  losses 
are  neglected.     Therefore,  anyone  who  reports  thermal  conductivity  value  of  accuracy 
greater  than  1%  must  account  for  the  lead-in  losses  of  their  instrument. 


3.5  Heat  Loss  By  Radiation 

Three  distinct  cases  of  radiant  heat  exchange  can  exist.  They  are:  1)  perfectly 
opaque  fluid,  2)  transparent  fluid  not  capable  of  emitting  or  absorbing  radiation  and 
3)   a  transparent  fluid  capable  of  emitting  and  absorbing  radiation. 


The  radiant  heat  exchange  in  case  1  is  zero. 


In  the  second  case,  the  fluid  is  transparent  and  not  capable  of  emitting  or 
absorbing  radiation  as  is  the  case  of  most  monatomic  gases.     Due  to  the  small  thicknes 
of  the  gas  layer  as  compared  to  the  hot  body  radius,  the  cell  is  treated  as  two 
infinitely  large  parallel  plates.     The  surfaces  are  assumed  to  be  isothermal,  diffuse 
emitters  and  absorbers  of  thermal  radiation.     For  these  conditions  the  equation  for 
heat  transfer  by  radiation  is 


2  4  4 

n  aA(T^     -  T^^) 


(49) 


where 

index  of  refraction 
Stef an-Boltzman  constant 

area  =  geometric  constant  time  thickness  of  the  fluid  gap 
temperature  of  hot  body 
temperature  of  cold  body 
emissivity  of  hot  surface 
emissivity  of  cold  surface 
€2  =  e  Eq,   49  becomes 

2  44 
n  aBS(T,      -  T  ) 

^    h  c 


€ 


In  the  third  case  the  fluid  is  partly  transparent  and  capable  of  emitting  and 
absorbing  radiation  as  is  the  case  with  most  liquids  and  polyatomic  gases.     In  1964 
Leidenfrost  [4]  calculated  the  radiation  heat  transfer  between  two  infinitely  large 
parallel  plates  for  this  situation.     The  walls  of  the  test  cell  were  assumed  to  be 
isothermal,  diffuse  emitters  and  abosrbers  of  thermal  radiation  and  to  have  constant 
radiation  properties  except  for  variation  with  wave  length.     The  fluid  was  supposed 
to  be  an  isotropic  homogeneous  gas  or  liquid  which  could  absorb  and  emit  thermal 
radiation,  and  the  fluid  was  at  rest.     Leidenfrost  actually  calculated  the  net  heat 
transfer  per  unit  area  from  the  hot  surface.     Poltz  [7]   started  out  with  the  same 
basic  equation  and  assumptions  as  Leidenfrost  but  calculated  the  heat  transfer  per 
unit  area  by  radiation  across  any  arbitrary  plane  in  the  test  fluid,  and  then  took  an 
average  of  the  radiation  heat  transfer  across  all  arbitrary  planes  in  the  test  fluid. 
The  conservation  of  energy  equation  shows  that  the  radiant  heat  transfer  is  not 
constant  over  the  gap  width.     Both  Leidenfrost  and  Poltz  assumed  a  linear  temperature 
profile  across  the  gap^  but  Leidenfrost  stated  that  for  calculation  of  T  ,  terms 
containing  (AT)     and  (AT)'^  could  be  neglected  while  Poltz  stated  terms  of  the  order  of 
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(AT) 2  could  be  neglected.     These  two  methods  of  approach  led  to  quite  different  results 
at  lower  values  of  optical  thickness  but  agree  quite  well  at  higher  values.  The 
shape  of  both  author's  heat  transfer  by  radiation  versus  optical  thickness  curves  is 
shown  in  Figure  8.     One  disadvantage  exists  if  Poltz's  approach  is  used;   the  radiation 
heat  transfer  does  not  approach  zero  as  the  emissivities  of  the  walls  approach  zero. 
The  effect  of  dropping  terms  of  order   (AT) ^  and  higher  for  the  temperature  difference 
of  approximately  2.5  degrees  was  not  made  clear  in  either  paper.     For  these  reasons 
the  heat  transfer  by  radiation  between  two  infinitely  large  parallel  plates  is  again 
calculated.     The  physical  model  considered  is  shown  in  Figure  9.     Making  the  same 
assumption  as  Leidenfrost  [4]  for  the  physical  system  shown  in  Figure  9,   the  radiation 
heat  flux  coming  from  surface  i  and  passing  through  a  fluid  having  a  monochromatic 
absorption  coefficient  k;^  and  an  index  of  refraction  n.^^  is  given  as 

^ri  =  2  JAx^3(^ox)  ^  l^'"x(^x)^bx(^x)^2(^^^^  "  I  ^ix>^  ^''^ 


where  R^^  0)X  ~  radiosity  or  radiant  energy  leaving   (emitted  and  reflected)  a  surface, 
n^  =  index  of  refraction 

Ej^j^  =  emissive  power  of  a  black  body  radiating  into  a  fluid  having  an  idea 

of  n 

T.  =  optical  depth;     t,    =    V  , 

X  X      J  o  K^-^^Y 

=  optical  thickness;     t,     =  i ^  , 

Xo  Xo     J  o'^^^'^y 

K  =  absorption  coefficient 

E^(X)       =  exponential  integral  function  defined  by 
E   (X)       =   i  V""^exp(-^)d,i 

Equation  51  stated  in  words  is 

q   .  =  energy  leaving  surface  0  times  its  attenuation  +  energy  emitted  by  the 
fluid  layer  times  its  attenuation  -  energy  leaving  surface  i,  which  is 
simply  the  net  heat  transfer  by  radiation  from  the  i^h  surface. 
The  radiosity  at  surface  i     is  t 

o  X 

=   ^ix"x(°^^bX<°^    '   2(l-e.,)    [RoX^a^^oX^   ^  "x<^)^bX<^)^2  (52) 

where         =  emissivity  of  the  surface  i. 

The  first  term  on  the  right  had  side  of  equation  52  represents  the  emission  of 
energy  by  surface  i  and  the  second  term  gives  the  fraction  of  the  energy  incident  on 
i  that  is  reflected  from  it. 

The  equation  for  the  energy  leaving  0  is  similar  to  equation  52,  viz. 
bX=   ^ox"x(^oX^\x<^ox)   +   2(l-e^^)  + 

(53) 

r°M(^^^bx('^)^2(^oX  -  } 


R 


o 

where  e  ^   =  emissivity  of  the  surface  0.  . 
oX 

Equation  52  and  53  could  be  solved  simultaneously  and  the  resulting  radiosities 
introduced  into  equation  51.  However ,  the  evaluation  of  this  equation  would  be  very 
complex  due  to  the  double  integration  that  results. 

The  assumption  is  made  that  e^^  and  n,  can  be  replaced  by  an  appropriate  average 
value  and  that  an  average  absorption  coefficient  is  given  by  Planck's  mean  value 
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K  =    =     •'°  4  .  (54) 


o 


where     X  =  wave  length 

Ej^^  =  monochromatic  emissive  power  of  a  black  body. 

Then  equation  53  becomes 


or 


p'    =    f'^°T'^(T)E„(T     -  T)d.T 


Equation  52  becomes 

.n\(0)   +  2(l-e.)   [Va^^o^   +  n^f  "e^^  (  ^)  ^2  (  t)  d  t  1 

o 

c.n^oT^  +  2(l-e.)   [r^E3  (  t)  +  n2af\^(T)E   (t)   dt  1 
2(l-e,)   [r^E3(t^)   +  n^ap!] 


R.  =  e 


=  e.n  oT.  + 
111 


(56) 


where 

..T_  4 


o 

Further,  equation  51  becomes 


p^  =  J  °Tt(T)E2(T)dT 


'^ri  =  2[V3(V  +        J  X(T)E2(T)dT-  ^  R.  ] 

O  ^       -■-  -I 

=  2  [RoE3(t„)   +  n^a  jS^  (  t)  E2  (  t)  d  x  -  ^  R^  ] 

=  2  r R  E   (t  )   +  n^aP!   -  ^  R.  1 
LoJo  i2ij 

Introducing  the  following  dimensionless  variables, 

e  =  ^  ,    ^  =  ,  3  =  R 

1  n  cjT.  n'^oT 

1  1 

equation  57  becomes 
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where 


CP  =     ^ri  =  2    E   (T^)  +  -  1      \          1  = 

2_„4  '-2     4  ^  2     4  2  ~1 — 4~ 

i  1  1  1 

2  [Po^3(V  ^  h] 


Pi    =   ^      ^    J  V(T)    E    (T)dT   =    j'°e^T)E  fT)d- 


(58) 


Equation  55  becomes 
R 


2^4 


1  1  n  0^1  n  oT . 

=  ^o^o    -  2(l-e^)    3,E3(.)   .  2(l-e^)p^  ^^^^ 


where 

P  = 


i 


i. 

and 


T 

o 

T. 
1 


and  Eq.   56  becomes 


2_„4  2     4  1  L— 2  4   —5  3   J 

-'■  1  1 


(60) 

Solving  for        and        from  Eqs.  59  and  60  gives 


e.     +  2(l-e.)P. 
1  11 


l-4(l-e^)    (1-€,)e2(t^)  °  (g^j 


Since  =  G^^  =  e  equation  61  reduces  to 

0^  =   ee^  +   2(l-^h  E3(T^)f  4(l-e)^E3(T^)P.   +  2(1-g)Pq 

l-4(l-e) ^£3(7^)  (62) 

3.   =         +  2(l-c,)E3(T^)e^e^  +  4(l-c,)(l-e^)E3(T^)P^^+  2(l-c.)P. 

l_4(l-e^)(l-e,)E2(T^)  ^^3j 

and  since        =  €^  =  €  equation  63  reduces  to 
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S.   =   e  t    2e(l-e)E^{i^)  f)^     ^    4  ( 1- e)        (  t^)       +  2(l-e)P. 


l-4(l-e)^E3^(T^) 


(64) 


Before  the  values  of  P     and  P.   can  be  obtained,  the  temperature  distribution 
between  the  plates  is  needeS.     In  general  the  temperature  can  be  found  by  the 
solution  of  the  conservation  of  energy  equation.     This  has  been  done  by  Viskanta  and 
Grosh  [8]  and  by  Viskanta  [9].     Viskanta  [9]  pointed  out  that  if  V^i/4n^aT^)  were 
large  the  temperature  distribution  was  very  little  affected  by  the  presence  of 
radiation.   He  showed  that  as  this  term  approached  infinity  the  heat  transfer  is  only 
by  conduction  and  for  the  case  where  the  term  is  zero  heat  transfer  is  only  by 
radiation.     Leidenfrost  [4]  stated  that  when  this  term  was  larger  than  or  equal  to  10 
the  conduction  temoerature  profile  can  be  used.     Reference  [4]  also  states  that  regard 
less  of  what  (K//4n  aT  )   is,   if  the  temperature  difference  between  the  plates  is  small, 
the  linear  temperature  profile  of  conduction  can  be  used. 

In  this  work  both  the  above  conditions  are  met.     Thus  the  temperature  profile  is 
given  by 

T  =  T.   +   (T-T.)|^  (65) 
1  o         1  S 


T  . 
1 


T  T  T 

T .  T  .        T .  S 

1  11 


1  +  (G 


1  + 


(e^  -  1) 

o 


jCY 
KS 


)(T)    =   1  +    (9^  -  1)  — 
°  ^o 


(66) 


Introducing  equation  66  into  the  equations  for  P^  and  P^  gives 


4( R  -1)    r  1  ,     X  1 

P.   ^  i  -  E3(V   .  — [  i  -   Vb^V    -  ^4^^  J 
1        z  J  o 

[-2-   ^o^S^V    -  ^^o^4(^o>    -  2^=5^ 


6(6^  -  1)' 
+  


2 

T 

o 


T 

O 


[4  -   /e3(t^)    -  4t\,(t^)    -  12T^E3(V    -   24.^E,(T^)  . 


(9^-1)' 
+   4  

24E.-  '   '  (^^^ 


and  4(6^-1)    T    i  ,        E,(t  )1 

^o  =  i-^3(^o)  ^—TT^     3      ^    4    o  J 


.  ^<v^)'  [3-1  v^j-  -  '"s^V] 
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.  4(9^-1) 


r     6       3                2  ^  ^  6E. 

L-  5       2     o  -   


4 


24  E 


(68) 


(See  Reference  10  for  a  complete  derivation  of  equations  57  and  68) . 

The  values  of  E   (X)   are  tabulated  and    are    found  in  such  books  as  Reference  11. 
n 

Equations  57  and  68  may  be  substituted  into  the  equations  for  P     and  p .   and  in  turn 
and  p^  into  the  equation  for  cp  , 

Considering  surface  0  as  the  hot  surface,  with  the  help  of  a  digital  computer, 
the  radiation  heat  transfer  was  calculated.     The  results  are  shown  in  Figure  10  for 
values  of  t     from  0.01  to  1  and  e  from  0.1  to  1.     The  average  temperature  across  the 
gapis  25°  C  an^  AT  =  2*C. 

To  investigate  the  error2 introduced  in  the  calculation  of  the  radiant  heat 
transfer  by  dropping  the   (AT)     etc  terms  from  the  T^  calculation,  these  terms  are 
neglected  and  the  resulting  temperature  profile  used  to  calculate  the  radiant  heat 
transfer.     The  equations  of  this  work  are  used  for  all  calculations.     Two  cases  are 
considered:     1.      (AT) and   (AT)     term  are  neglected  as  did  Leidenfrost  [4],  and 
2.      (AT) ^  and  higher  order  terms  are  neglected  as  did  Poltz  [7].     The  results  of  this 
investigation  are  shown  in  Figure  11. 

Because  little  or  no  data  exists  for  the  values  of  the  absorption  coefficient, 
the  value  of  this  property  is  determined  in  the  following  manner.     The  monochromatic 
absorptivity        of  a  fluid  with  thickness  S  is  defined  as 

=  (l-6-AJ^s)  (59) 

where  /c^  =  monochromatic  absorption  coefficient. 

Plots  of  a    versus  wavelength  X  are  available  for  most  substances  [12]. 
Unfortunately,  these  plots  were  generally  for  an  average  temperature  of  25*C  and  a 
pressure  of  1  atm.     Figure  12,  although  not  for  any  substance,   shows  a  characteristic 
plot  of  these  curves.     The  following  assumptions,  although  not  completely  correct, 
are  also  made.     The  monochromatic  absorption  coefficient  is  not  a  function  of  tempera- 
ture, pressure  or  fluid  thickness.     With  these  assumptions  it  is  theoretically 
possible  to  solve,    for  ic      versus  \  from  a    versus  X  curve,   susbtitute  into  Eq.  54 
and  solve  k,  but  this  is  not  practically  possible  because  of  the  erratic  behavior  of 
the  curve.     Instead,  the  curve  is  divided  into  sections  as  shown  in  Figure  12  and  an 
average        for  each  section  is  found.     This  average  is  found  by  dividing  the  area 
under  the  curve  of  each  section   (found  with  a  planimeter)  by  the  wave  length  difference 
of  each  section.     The  dashed  line  of  Figure  12  indicated  the  average  for  each 

^rea.     By  using  Eq.    59,   /c^  for  each  section  is  found.     To  find  r°°  «:,Ej^,dX  of  equation 
54  values  of  E,,are  obtained  [13]  and  multiplied  by  /c,  .   These  r'eSulrs  are  plotted  and 
a  smooth  curve  arawn  through  them.    The  integral  is  eq(ial  to  the  area  under  this  curve. 
This  area  is  also  determined  by  a  planimeter.     Once  this  integral  was  found,   k  was 
found  by  dividing  the  integral  by  aT  .     The  values  of  the  absorption  coefficients 
found  by  this  method  for  toluene  and  carbon  tetrachloride  are  tabulated  in  Table  1. 

Certainly,   the  values  of  /c  found  by  the  above  procedure  are  not  as  accurate  as 
one  would  like,  but  under  the  circumstances  with  no  other  data  available  they  are  the 
best  that  can  be  obtained.     As  other  methods  and  better  data     for  finding  ic  become 
available,   the  accuracy  of  the  radiation  heat  transfer  can  be  improved  by  using  these 
results. 

Two  other  properties,   index  of  refraction  and  total  emissivity,  are  needed  before 
the  radiation  heat  loss  can  be  determined.     The  index  of  refraction  for  almost  all 
fluids  has  been  determined  at  1  atmosphere  pressure  and  25*0  temperature  and  can  be 
found  in  several  handbooks.     Reference  14  contains  indices  of  refraction  for  many 
materials. 
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To  check  the  validity  of  the  many  assumptions  made  in  finding     the  heat  losses 
and  to  find  the  value  of  emissivity  of  the  cell,  some  experimental  check  is  needed.  If 
a  perfect  vacuum  exists  in  the  cell  cavity,  the  only  means  of  heat  transfer  from  the 
hot  body  is  by  radiation  and  conduction  along  the  lead-in  wires  and  centering  rod,  viz. 


In  order  to  obtain  this  check,  data  was  taken  for  total  heat  input  versus  tempera- 
ture difference  as  the  pressure  was  lowered  from  l,000n  Hg  to  0.2\i  Hg,  the  lowest 
pressure  obtainable  with  the  present  equipment.     Figure  13  shows  the  results  of  these 
tests.     The  curve  was  extrapolated  to  very  low  pressures   (approximately  O.OOln  Hg) 
and  this  value  of  heat  transfer  was  considered  to  be  the  absolute  vacuum  value. 


Using  Equation  48  for  the  lead-in  heat  transfer  and  equation  50  with  n  =  1  for  the 
radiation  heat  transfer  in  a  vacuum,   e  was  found  to  be  0.135. 

A  second  series  of   tests  are  run  for  total  heat  transfer   (at  a  pressure  of  approx- 
imately 0.2|i  Hg)  versus  temperature  difference  for  two  different  average  temperatures, 
20'c  and  60*C  (See  Figure  14).     The  results  of  Figure  13  showed  at  this  pressure  a 
considerable  amount  (approximately  1/3  of  total  heat  transfer)  of  free  molecular 
conduction  heat  transfer  takes  place. 

The  heat  transfer  by  free  molecular  conduction  may  be  written  as: 


aNVAT  (70) 


where    N  =  number  of  molecules  per  unit  volume 
V  =  average  velocity  of  the  molecules 
AT  =  ten^erature  difference 

—        1/2  1/2 
ForaBoltzman  velocity  distribution  V  a  T       ,  or        q^  a  NT  AT 

Since  N  did  not  change  when  going  from  20° C  to  60° C,  q^  becomes 


=  CT''"'^^AT 


where  C  =  constant. 


Using  Eqs.  48  and  50     with  e  =  .135,  the  value  of  C  was  obtained   from  the  20'C  data. 
Using  this  value  of  C  and  equations  48  and  50,   the  total  heat  transfer  at  60' C  was 
calculated  to  be  0.0142  watt/C.     The  value  obtained  experimentally  was  0.0146  watt/C 
giving  a  difference  of  2.8  percent  between  the  calculated  and  measured  values,  thus 
providing  experimental  support  for  all  values  used  and  assumptions  made. 


4.  Conclusion 

In  this  work  it  has  been  shown  that  it  is  possible  to  estimate  or  measure  the 
minor  heat  losses  for  a  calorimeter  type  cell.     The  three  most  important  minor  losses 
of  convection,  radiation  and  lead-in  losses  have  been  treated  with  the  following 
results. 

By  careful  design  and  control  of  "-temperature  differences  between  the  two  isother- 
mal surfaces,  the  effect  of  convective  heat  transfer  can  be  made  small  enough  to  be 
neglected. 

The  radiation  heat  transfer  equations  are  valid,  but  the  results  from  these 
equations  can  be  improved  when  better  data  is  available  for  absorption  coefficients, 
indices  of  refraction,  etc. 

The  exact  value  of  lead-in  loss  heat  transfer  can  only  be  obtained  experimentally, 
but  the  equations  given  here  should  bracket  this  loss.     If  the  centering  rod  can  be 
constructed  as  in  Case  3,  the  lead-in  loss  of  heat  transfer  can  be  made  zero. 
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Fijjure  1.     Instrument  for  raeasurini;  therri,al 
conductivity. 


Figure  2.     Electric  circuit  for  the  L.easure- 
r.ient  of  power  input  to  the  heater  element. 
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Figure  3,    Centering  rod  of 
length  L. 
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'Number  or  letter  in  circle  refers  to  subscript  in  heat 
transfer  equation. 


Figure  4.     Schetnatic  drawing  of  a  section 
of  the  centering  rod. 


Figure  5,    Lead  in  loss  versus  Rh  for  a 

thermal  conductivity  of  0.0007  i^^AtS 

cm-c 
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Rh  =  1.36  ohms 
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Figure  7.     Precent  uncertainty  versus 
thermal  conductivity. 
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Figure  9«    Physical  model  considered  for 
radiation  heat  transfer. 


656 


Figure  10.    Dimensionless  heat  transfer 
by  radiation. 
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Figure  11.  .Comparison  of  radiation  heat 
transfer  T  =  25  °C. 
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Figure  12.  Monochroi.iatic 
absorptivity  versus 
wavelength. 
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Figure  13.    Vacuum  heat  transfer  data. 


Figure  14.    Heat  transfer  at  a  pressure 
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The  Thermal  Conductivity  of  Pure  Organic  Liquids 


J.  E.  S.  Venart  and  C.  Krishnamurthy^ 

Faculty  of  Engineering 
The  University  of  Calgary 
Calgary,  Alberta,  Canada 


Unsteady  state  absolute  measurements  are  presented  for  the  thermal  conductivity, 
of  pure  organic  liquids  in  the  temperature  range  15  to  130°C.     The  measured  results 
are  thought  to  be  accurate  to  ±0.5%. 

Key  Words:     Conductivity,  heat  conductivity,  liquids,  organic  liquids, 
thermal  conductivity. 


1.  Introduction 

In  recent  years  there,  has  been  a  rapid  development  in  the  sophisticated  analytical  and  numerical 
methods  used  in  heat  transfer  and  flow  studies.     The  efficient  and  economic  use  of  these  tools  by 
research  and  industry  implies  the  availability  of  accurate  values  of  the  thermophysical  properties  for 
the  fluids  involved — density,  specific  heat,  viscosity,  thermal  conductivity  and  their  variation  with 
temperature  and  pressure — unfortunately  this  is  not  the  case  except  for  a  few  fluids.     In  addition  to 
the  above  the  physical  and  theoretical  chemist  wishes  today  to  extend  his  knowledge  of  the  structure  of 
liquids;  accurate  equilibrium  and  noneauilibrium  thermoohvsical  property  data  can  not  help  but  assist  in 
this  area.     Accurate  measurements  of  density,  specific  heat,  and  viscosity  can  now  be  attained  to  a  pre- 
cision of  one  part  in  a  thousand;  with  thermal  conductivity  this  is  no    longer  true —  for  liquids 
deviations  in  reported  data  can  exceed  107,  even  with  reliable  apparatus  and  experienced  investigators 
[1.2]. 3 

It  is  the  purpose  of  the  present  investigation  to  provide  some  data  for  water  and  several  pure 
organic  liquids . 


2.     Source  and  Purity  of  Materials 

With  the  exception  of  water,  all  liquids  studied  in  the  present  investigation  were  pure  organic 
liquids  of  analytic  (A.R)  quality,  meeting  the  American  Chemical  Society  (A.C.S)  specifications.  Some 
of  these  liquids  are  of  A.R  quality  supplied  under  the  designation  of  British  Pharmacopoeia  (B.P) 
standards.     Details  of  purity  of  the  various  liquids  are  listed  in  Table  1.     The  water  employed  in  the 
present  investigation  was  triple  distilled  water  containing  no  dissolved  gases. 


Hjork  performed  with  the  support  of  the  National  Research  Council  of  Canada  under  Grant  Number 
NRC.A.2788. 

2 

Department  of  Mechanical  Engineering. 

3 

Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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Table  1.     Source  and  purity  of  liquids. 


Compound 


Purity 


Reagent 
Quality 


Manufacturing 
Pharmaceutical 
Company  


Standard 
Specifications 


Methanol 
Ethanol  100% 
N-Butanol 
Ethylacetate 

Glycol 
Glycerol 
N-propanol 
Aniline 

Benzaldehyde 


Acetic  acid  100% 


A.R. 


A.R. 


A.R. 


A.R. 


Fischer 


B.D.H. 


Matheson  Coleman 
&  Bell  Company 

Allied  Chemical 
Company  of  Canada 


A.C.S. 


B.P.+ 

Standards 

A.C.S. 
A.C.S. 


^''a.C.S.  means  American  Chemical  Society  Standard  Specification. 

tB.P.  means  British  Pharmacopoaia  Standards. 

*A.R.  means  analytical  reagents  with  maximum  purity. 


3.    Method  and  Apparatus 

An  absolute  transient  line  source  method  of  measuring  the  thermal  conductivity  of  liquids  was 
utilized  in  the  present  investigation.     Unlike  steady-state  methods,  the  transient  method  requires  only 
simple  apparatus  and  yields  accurate  results  in  a  relatively  short  time. 

3.1    Basic  Theory 

In  transient  measurements  of  thermal  conductivity,  temperature  Is  a  time  dependent  variable.  The 
development  of  this  temperature  is  obtained  by  passing  a  continuous  electric  current  through  a  thin 
straight  axial  wire  immersed  in  the  homogeneous  medium  maintained  initially  in  thermal  equilibrium. 
After  a  short  interval  of  time  the  temperature  rise  at  the  surface  of  the  wire  will  be  proportional  to 
the  logarithm  of  time.     The  entire  arrangement,  to  a  first  approximation,  can  be  treated  as  an  infinite 
line  source  with  constant  heat  generation  in  an  extended  or  infinite  medium. 

The  solution  of  the  one  dimensional  radial  heat  conduction  equation. 


/  3^T  1     3T\  ^  1  /3T 

^ 3r2  r    3r/      a  \8t 


(1) 


with  the  boundary  conditions 


t  =  0;     ri^O,    T  =  0 


t>0;     r=»,  T=0 

t  >  0;     r  ^  0,     -2TTrx||^|  =  ^  =  Constant 


(la) 
(lb) 
(Ic) 


yields  on  solution 


(2) 


660 


where  T^(r,t)  is  referred  to  the  temperature  rise  in  any  radial  position  r.     Here  -Eif-^^^j  is  the 
exponential  integral  defined  by  ' 

-Ei  (-x)  =  [    V-  dZ  =  -0.5772  +  In(^)    +    .pVr  "  +   (3) 


(-X)  =1    V       =  -0.5772  +  in(^)    +    ^  -  ^  + 

X 

For  X  <<  1,  the  infinite  series  may  be  truncated  after  the  first  two  terms  to  a  reasonable  degree  of 
accuracy.     The  resulting  equation  thus  acquires  the  form 

^^('^.t)  =4i^  (-0-5772  +  ln^)  (4) 
The  difference  between  two  temperatures  Tj  and  T2  at  two  times  tj  and        is  therefore  given  by 

AT  =  Tjr.t,)  -  Tjr,tO  =  ^  In  (^) 


From  eq  (5)  it  can  be  readily  seen  that  a  plot  of  AT  vs.  Alnt  will  give  a  straight  line  with  slope  ^^^^ 

thus,  knowing  the  energy  liberated  per  unit  length  and  unit  time  at  the  wire,  the  thermal  conductivity 
of  the  substance  can  be  obtained  from  the  slope. 

With  a  line  source  of  finite  diameter,  the  inner  boundary  condition,  eq  (Ic)  must  be  modified  to: 

-^''0^(17)  +  ^'^O^^QPO  (ll)  =  Constant 


t  >  0,  r  =  r^,  ^  =  -2^ 


since  in  the  theoretical  case  the  medium  situated  in  the  region  r  <  r^  will  take  up  a  certain  amount  of 
energy  depending  on  its  heat  capacity,  which  is  different  than  that  for  the  fluid  at  r  5  Tq,  the 
solution  of  eq  (4)  will  embody  a  term  dependent  on  the  heat  capacities  of  the  wire  and  medium.  Assuming 
a  constant  amount  of  heat  q  generated  in  a  perfectly  conducting  wire  with  no  contact  resistance  between 
the  wire  and  the  medium,  the  solution  as  given  by  Carslaw  and  Jaeger  [3]  is. 


T  (r,t) 


1.^1      4  _^    r    ^  (a)-2)r^    /,     4at  \ 


(6) 


where  y  =  0.5772  is  Euler's  constant  and  'id'  is  twice  the  ratio  of  the  heat  capacity  of  an  equivalent 
volume  of  the  medium  to  that  of  the  wire 

•  m  ^ 

0)  =  2  (6a) 
w 

w  . 

r2 

For  1  the  last  three  terms  in  eq  (6)  tend  to  zero  and  hence  eqs  (6)  and  (4)  become  identical. 

However,  since  convection  usually  limits  the  times  of  measurement  to  short  intervals  it  is  necessary  to 
make  this  correction. 
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3.2  Apparatus 


The  apparatus  used  was  similar  to  that  employed  by  Horrocks  and  McLaughlin  [4].     Only  those  items 
of  significant  difference  will  be  discussed. 

The  cell  design  (fig.  1)  used  in  this  work  was  similar  to  that  of  [4],  with  the  exception  of  the 
provision  for  evacuation  and  filling.  In  addition  the  provisions  made  for  a  double  thermostated  bath 
and  cell  resistance  calibrations  were  very  much  as  has  been  described  by  [4]. 

The  major  problem  involved  in  the  transient  method  is  the  measurement  of  the  unsteady  temperature. 
This  time  dependent  temperature  is  measured  by  the  variation  of  the  electrical  resistance  of  the  heating 
wire. 

For  eq  (5),   A  =  7^  >  and  the  small  temperature  rise  (0.5°C)  experienced  in  the  present  work, 

AT 

the  temperature  coefficient  of  the  resistance,  —  of  the  wire  can  be  treated  effectively  as  a  constant 
during  each  measurement.  Therefore, 


JL  ^  _L  /dR\ 
AT      AR  \dT/ 


q     Alnt  dR 


Substitution  yields  A  =  7-^^-  -r—    —    as  q  =  V  I ,  the  heat  liberated,  differentiation  of  Ohm's  law  gives 

^  U-nl     AR      dT  ^ 

^  I(AV)  -  V(AI) 


resulting  in 


VI        Alnt  dR  .  , 

4Tr)l/AV       V      _\  dT  '  ^  ' 


AI 


where  R  is  the  resistance  of  the  source  of  length  I  between  the  potential  leads  through  which  a  current 
I  flows  under  a  potential  V. 

The  current  is  measured  in  terms  of  the  voltage        developed  across  a  standard  25  ohm  resistance  in 
series  with  the  cell.     Both  potentials  V  and  Vj  were  measured  by  three  dial,  0.03%  accurate,  potentiom- 
eters (Hone3rwell  2746).     The  transient  voltages,  AVj  =  25  I  and  AVy,  across  the  standard  resistance  and 
wire  were  determined  simultaneously  by  a  two  channel  strip  chart  recorder  (HP  Mosley  Model  7100B)  with 
a  full  scale  deflection  of  ImV  using  a  chart  speed  of  1  or  2  inches/sec. 

Current  was  supplied  to  the  dummy  resistance,  Rg,  and  wire  by  a  six  volt  storage  battery  and 
adequate  current  control  was  maintained  by  the  adjustable  resistance  R^.     To  prevent  voltage  fluctua- 
tions in  the  electrical  circuit  on  switching,  a  ballast  resistor  was  used  to  match  the  cell  resistance. 
Switching  was  accomplished  by  a  manually  operated  fast  response  relay.     The  complete  circuit  arrangement 
is  shown  in  figure  2. 

4,     Corrections  and  Sources  of  Error 

As  discussed  previously,  the  major  source  of  error  is  due  to  the  finite  wire  diameter  which  neces- 
sitates a  correction  for  tlje  thermal  capacity  of  the  heater.     Considering  the  last  two  terms  of  the 
eq  (6) 


C(t) 


(8) 


r^^U^zlL^l,  /4at  \ 
lat  2a)at  \  ^2  / 

eq  (5)  can  be  written  to  include  this  correction  term  as 

T^(r,t2)  -  T:jr,t^)  =  Alnt  +  C(t2)  -  C(t^)  (9) 
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VI  Alnt 
4TIX8.  1 


i  + 


C(t2)-C(tj) 


Alnt 


(10) 


Subsequent  substitutions  and  reduction  allows  eq  (7)  to  be  written  as 

C(t2)   -  C(tj) 


VI  Alnt  dR 

k-nl  /  AV       V        \  dT 
—2"  A I 


1  + 


Alnt 


(11) 


—3        ~\  —\ 

The  specific  heat  correction  for  the  organic  liquids  is  approximately  3  x  10      W  m      deg  , 
decreasing  with  an  increase  in  temperature.     The  calculated  corrections  were  applied  to  each  liquid 
test  result. 

Other  sources  of  possible  error  can  be  cited: 

(a)  distortion  of  the  one  dimensional  time-dependent  temperature  field  by  the  finite  length  of  the 
wire , 

(b)  effect  of  an  outer  boundary, 

(c)  convection, 

(d)  radiation. 

With  careful  regard  to  the  physical  design  of  the  apparatus  all  these  corrections,  with  the  exception  of 
the  radiation  error,  may  be  reduced  to  less  than  0.2%  [4]. 

The  calculation  of  the  heat  transferred  by  radiation  unfortunately  poses  a  more  difficult  problem; 
Poltz  [5]  has  dealt  with  this  problem  for  the  steady  state  situation  of  parallel  flat  plates;  an 
extension  of  his  work  to  the  transient  radial  case  has  not  as  yet  been  made.    Therefore  for  all  results 
considered  here  the  fluids  were  assumed  either  transparent  or  richly  absorbent  and  the  resultant 
correction  negligible,  therefore  for  the  fluids  reported  all  measurements  do  not  require  correction  for 
any  effect  due  to  the  absorptivity  of  the  fluid  within  the  range  of  accuracy  stated. 

In  addition  to  the  above  the  only  other  major  correction  necessary  is  due  to  the  finite  time  lag  of 
the  recorder,  that  i^  the  recorded  voltage  lags  of  the  applied  voltage.     The  lag  of  the  recorder  was 
determined  by  the  utilizing  phase  relationship  between  two  wave  forms  of  the  same  frequency  and  ampli- 
tude.    Wave  forms  derived  from  a  function  generator  and  from  a  tapping  on  the  recorder  slide  wire  were 
analyzed  by  means  of  the  lissajous  pattern  on  an  oscilloscope.     The  sine  of  the  phase  angle  existing 
between  the  two  being  obtained  from  the  maximum  horizontal  deflection  and  the  projected  length  on  the  x 
axis  of  the  lissajous  pattern.     For  the  frequencies  of  interest  the  lag  was  obtained  as  a  linear 
function  of  the  velocity  of  the  recorder  pen. 

Taking  into  account  all  effects  the  results  presented  are  believed  accurate  to  ±0.5%. 

5.  Results 

A  compilation  of  measured  values  of  thermal  conductivity  at  the  different  test  temperatures  are 
presented  in  Table  2.     Each  determination  reported  here  is  a  mean  of  two  to  three  measurements.  With 
the  exception  of  water,  the  temperature  dependence  of  thermal  conductivity  data  for  all  liquids  was 
found  to  be,  within  the  experimental  error,  a  linear  relationship  of  the  form 


IdT/^  <12) 

where  T  is  in  °C.     Here  the  temperature  coefficient  of  thermal  conductivity,         ,  was  negative  for  all 

liquids  with  the  exception  of  ethylene  glycol  and  glycerol.  The  constants  in  the  above  equation,  X„  and 
dA 

■j^  were  found  by  means  of  a  linear  least  squares  analysis  applied  to  the  experimental  values.     Values  of 

conductivity,  temperature  coefficient  so  found  and  the  applicable  range  of  temperature  are  listed  in 
Table  3.     Water  showed  an  increasing  thermal  conductivity  over  a  temperature  range  0  -  80°C  with  non- 
linear temperature  dependence.     The  temperature  conductivity  data  was  best  fitted  by  a  parabolic  curve. 


+  A^T  +  A2T2   ,  W  m  ^  deg"^  (13) 
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where  the  computed  coefficients  and  the  corresponding  uncertainties  are 


564.8  (±3.4)10 


Aj  =  1.997(10.172)10  ^ 

Aj  =  -0.00857(+0. 00175)10' 


Table  2.     Conductivity  Data  for  Pure  Organic  Liquids  and  Water 


Temperature  °C. 


Thermal  Conductivity 
Calculated  from  Equation  (7) 
(Acal  103) 
W  m~l  deg~l 


Specific  Heat  Correction 
Calculated  from  Last  Term 
of  Equation  (11)    (Xcp  103) 
W  m~l  deg~l 


Total  Thermal  Conductivity 
(Xcal  +  Xcp)  =  A^103 
W  m~l  deg~^ 


Water 

13.5 
13.5 
20.8 
19.0 
31.0 
30.5 
32.0 
42.0 
41.5 
62.0 
62.0 
82.5 
82.5 

Methanol 

20.0 
20.2 
25.0 
25.0 
34.9 
34.6 
43.5 
43.5 
52.0 
53.2 
61.5 
61.0 

Ethanol 

17.0 
17.2 
23.5 
25.0 
36.0 
38.0 
46.5 
46.0 
57.0 
58.0 
68.0 
67.5 
76.5 

N-Propanol 

16.0 
15.7 
25.0 
25.0 
38.5 
40.0 
55.0 


590.0 
592.2 
596.7 
597.8 
619.8 
619.5 
623.0 
629.7 
629.7 
657.5 
656.8 
670.3 
670.3 


197.8 
198.0 
195.3 
195.2 
193.4 
193.4 
191.8 
191.7 
189.6 
189.4 
186.5 
186.4 


163.2 
164.8 
160.8 
160.2 
152.9 
152.5 
146.6 
147.0 
141.7 
141.6 
135.9 
135.6 
131.2 


151.4 
151.3 
149.8 
150.8 
145.1 
144.9 
141.2 


0.17 
0.17 
0.18 
0.18 
0.20 
0.20 
0.20 
0.22 
0.22 
0.27 
0.27 
0.33 
0.33 


2.49 
2.50 
2.47 
2.47 
2.47 
2.47 
2.48 
2.48 
2.45 
2.43 
2.43 
2.44 


2.62 
2.62 
2.46 
2.45 
2.31 
2.31 
2.14 
2.14 
1.99 
1.99 
1.88 
1.89 
1.80 


2.47 
2.47 
2.36 
2.36 
2.19 
2.19 
2.00 


590.2 
592.4 
596.9 
600.1 
620.0 
619.7 
623.2 
629.9 
630.0 
657.7 
657.1 
670.6 
670.6 


200.3 
200.5 
197.8 
197.7 
195.9 
195.9 
194.3 
194.2 
192.0 
191.9 
188.9 
188.8 


165.9 
167.4 
163.3 
162.7 
155.2 
154.8 
148.7 
149.1 
143.7 
143.6 
137.8 
137.5 
133.0 


153.9 
153.7 
152.2 
153.2 
147.3 
147.1 
143.2 
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Table  2  (continued) 


Temperature  °C.  Thermal  Conductivity  Specific  Heat  Correction  Total  Thermal  Conductivity 

Calculated  from  Equation  (7)       Calculated  from  Last  Term  (Xcal  +  Acp)  =  A.jlO- 

(Acal  10^)  of  Equation  (11)    (Acp  10^)  W  m"'  ^ 

W  m~l  deg-1  W  m~l  deg-1 


N-Propanol  (cont'd) 
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Table  2  (continued) 


Temperature  °C.  Thermal  Conductivity  Specific  Heat  Correction  Total  Thermal  Conductivity 

Calculated  from  Equation  (7)       Calculated  from  Last  Term  (\cal  +  \cp)  =  X'plO^ 

(Xcal  10^)  of  Equation  (11)   (Acp  10^)  W  m-1  deg"! 

W  m~l  deg-1  W  m~l  deg~l 

Benzaldehyde  (cont'd) 

52.0  135.8  2.54  138.4 

67.2  132.1  2.56  134.7 

67.5  132.0  2.56  134.6 

Aniline 

21.5  160.3  2.21  162.5 

21.0  160.1  2.21  162.3 

41.2  159.8  2.17  161.9 

41.2  159.3  2.17  161.5 

57.0  158.7  2.14  160.8 

57.0  158.3  2.14  160.5 

77.5  157.5  2.09  159.6 

77.5  157.4  2.09  159.4 

93.0  155.9  2.09  157.9 

93.0  156.7  2.09  158.8 

100%  Acetic  Acid 

17.5  156.4  2,18  158.6 

17.5  156.4  2.18  158.6 

30.5  154.9  2.15  157.1 

30.5  154.9  2.15  157.1 

47.5  151.2  2.11  153.3 

47.5  152.2  2.12  154.3 

63.0  148.8  2.08  150.9 

63.0  148.7  2.07  150.8 

79.0  146.5  2.02  148.5 


Table  3.     Fitted  Values  of  Conductivity  and  Temperature  Coefficients 


Name  of  the  Liquid  Thermal  Conductivity  of  Temperature  Coefficient  of  Range  of 

Liquid  at  0°C.  with  un-  Thermal  Conductivity  with  Measurements 

certainty  in  An  x  10                                ^   •   ^     .       dA  ^.o  °C. 
„    ■'  ,    ,     "i                              uncertainty  m  10^ 
W  m-i  deg-i                                       „    _/  ,  -qOT 
 °  W  m^  deg  2  


Methanol 

205. 

.0 

(±0. 

.5) 

-0. 

.256 

(±0, 

.011) 

20  - 

61 

Ethanol 

176, 

.4 

(±0. 

.5) 

-0, 

,573 

(±0. 

.009) 

17  - 

76 

N-Propanol 

159, 

.2 

(±0. 

.5) 

-0, 

,295 

(±0, 

,011) 

16  - 

66 

N-Butanol 

156, 

,9 

(±0. 

.4) 

-0, 

.208 

(±0, 

.007) 

15  - 

101 

Ethylene  Glycol 

248, 

.1 

(±0. 

.2) 

+0, 

.153 

(±0, 

.002) 

16  - 

133 

Glycerol 

285., 

.0 

(±0. 

.2) 

+0, 

.080 

(±0, 

.002) 

17  - 

113 

Ethylacetate 

154, 

.4 

(±0, 

.2) 

-0, 

.344 

(±0, 

.005) 

16  - 

57 

Benzaldehyde 

157. 

.4 

(±0, 

.7) 

-0, 

.349 

(±0, 

.014) 

16  - 

67 

Aniline 

163. 

.9 

(±0, 

.3) 

-0, 

.568 

(±0, 

.004) 

21  - 

93 

Acetic  Acid 

161, 

.9 

(±0, 

.4) 

-0, 

.171 

(±0, 

.007) 

17  - 

79 

6.  Discussion 

In  order  to  check  the  reliability  and  accuracy  of  the  apparatus,  conductivity  measurements  were 
made  first  on  water  and  methanol  for  which  thermal  conductivities  are  well  established  to  at  least  ±1% 
over  the  temperature  range  0  -  100°C. 


6 . 1  Water 

The  usage  of  water  as  a  thermal  conductivity  standard  was  first  proposed  by  Riedel  [6].  To  assure 
the  validity  of  the  apparatus,  conductivity  measurements  were  carried  out  on  water  over  a  temperature 
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range  0  -  80°C.     A  comparison  of  this  work  with  earlier  research  was  limited  to  seven  papers  published 
since  1950. 

Figure  3,  a  deviation  plot  for  eq  (13),  indicates  that  at  0°C.   the  values  reported  by  Riedel  [6,7, 
8]  and  the  present  work  are  virtually  the  same.     Slightly  higher  values  are  reported  by  LeNeindre  and 
Vodar  [9]  in  40  -  70°C.  range.     Excepting  the  temperature  range  0  -  20°C,  consistantly  higher  values  ari 
reported  by  Challoner  and  Powell  [ 1]   .     The  agreement  with  Poltz  [5]   is  excellent,  and  in  addition,  in 
very  good  agreement  with  the  equation  recommended  by  the  Sixth  International  Conference  [11]  on  the 
properties  of  steam  in  the  temperature  range,  which  is  also  shown  in  Figure  3. 


6.2  Methanol 

Twelve  thermal  conductivity  determinations  were  made  on  Methanol.  A  comparison  of  this  work  with 
four  major  investigations  is  shown  in  figure  4.  The  agreement  with  Poltz  [5]  and  Fritz  and  Poltz  [16] 
is  0.1  and  0.4  per  cent  respectively. 


6.3     Other  Liquids 

The  above  agreement  is  evidence  that  the  apparatus  will  yield  reproducible  and  accurate  results  fo 
most  liquids  and  strongly  supports  the  work  of  Poltz  [10]  since  the  measurements  are  made  with  two 
entirely  different  apparatus. 
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TEMPERATURE  C 


Figure  3.     Deviation  plot  for  the  thermal  conductivity  of  water  against  temperature 
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Figure  4.    Deviation  plot  for  the  thermal  conductivity  of  methanol  against  temperature 
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Pressure  and  Temperature  Dependence 
of  the  Thermal  Conductivity  of  Liquids 


McLaughlin''' 


Chemical  Engineering  Department 
Louisiana  State  University 
Baton  Rouge,  Louisiana 


Differences  in  behaviour  between  the  coefficients  of  shear  viscosity  and  thermal 
conductivity  of  liquids  with  respect  to  changes  in  pressure,   temperature  and  molecu- 
lar structure  are  reviewed.     A  lattice  model  is  used  to  interpret  the  behaviour  of 
the  coefficient  of  thermal  conductivity  and  comparisons  are  made  with  results  based 
on  the  Enskog  theory. 

Keywords:  Enskog  theory,  effect  of  pressure  on  thermal  conductivity,  effect 
of  temperature  on  thermal  conductivity,  lattice  model,  liquids,  thermal  con- 
ductivity. 


In  the  study  of  the  pressure  and  temperature  dependence  of  viscosity  T]  and  thermal  conductivity  X 
of  liquids,  most  attention  has  been  devoted  to  the  effect  of  temperature,  as  distinct  from  pressure, 
and  in  addition  to  viscosity  rather  than  thermal  conductivity.     This  has  possibly  arisen  because  of  the 
exponential  type  dependence  of  viscosity  on  temperature  at  atmospheric  pressure. 

71    =     11^  exp  (E^/RT)  (1) 

which  invited  discussion  in  terms  of  the  activation  energy        for  viscous  flow  [1]^.   The  coefficient  of 
thermal  conductivity  on  the  other  hand  being  approximately  linear  In  temperature  at  atmospheric  pressure 

X    =     X^  -  AT  (2) 

and  more  difficult  to  measure  precisely,   tended  to  be  neglected. 

It  is  the  purpose  of  the  present  paper  to  summarize  briefly  some  of  the  main  differences  in  behaviour 
of  the  coefficients  of  viscosity  and  thermal  conductivity  and  attempt  to  explain  these  in  terms  of  a 
simple  model  which  can  also  be  used  to  determine  the  factors  which  control  the  pressure  and  temperature 
dependence  of  thermal  conductivity. 

In  comparing  the  experimentally  determined  behaviour  of  the  two  coefficients  the  main  differences 
are  as  follows: 

1.  Firstly,  as  mentioned  above,  at  atmospheric  pressure  the  temperature  dependence  of 
viscosity  is  much  steeper  than  the  temperature  dependence  of  thermal  conductivity. 
For  example,  comparative  figures  for  benzene  show  that  the  viscosity  drops  by  50% 
between  20  and  70°C  while  the  thermal  conductivity  falls  by  only  about  117o. 

2.  Secondly,   the  thermal  conductivity  of  a  liquid  is  insensitive  In  magnitude  to  changes 
in  molecular  structure  whereas  the  viscosity  of  a  liquid  is  very  sensitive  to  such 
changes.     This  can  best  be  illustrated  by  looking  at  the  magnitude  of  both  coeffi- 
cents  for  a  series  of  closely  related  molecules.     Table  1  lists  values  [2]  for  such 
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a  series  of  aromatic  hydrocarbons  at  the  melting  point  and  shows  that  although  all 
the  thermal  conductivities  lie  within  a  few  percent  of  each  other  substantial  dif- 
ferences occur  in  the  viscosities  particularily  on  going  from  para  -  to  meta  -  to 
ortho  -  terphenyl    where  there  is  a  fortyfold  increase. 


Table  1.     Viscosities  and  Thermal  Conductivities  of  a  Series  of  Liquid  Aromatic  Hydrocarbons  at 
the  Melting  Point 

benzene               diphenyl  p-terphenyl            m-terphenyl  o-terphenyl 

Tl  X  10^  Kg  m'^sec"'''              8.2                       14.3  8.0                         53.2  322.0 

X  X  10^  W  m"'^  deg"'"             14.8                       13.8  12.8                         13.7  13.2 

A                                   0.032                     0.014  0.011                       0.0036  0.0069 


3.  Thirdly,  although  the  thermal  conductivities  of  most  organic  liquids  are  roughly  the 
same  lying  between  8  x  10"^  to  30  x  10"^  W  m"l  deg'l  there  are  significant  differences 
in  the  temperature  dependence  of  the  coefficient.     Again  this  can  be  illustrated  with 
the  series  of  aromatic  polyphenyl  hydrocarbons  discussed  above  for  which  the  coeffi- 
cent  A  of  eq  (2)  has  been  listed  in  Table  1  on  taking        as  the  conductivity  at  0°C. 
The  results  show  that  A  is  greatest  for  the  simplest  molecule  of  the  series,  benzene  , 
and  decreases  with  increasing  molecular  complexity  to  give  the  smallest  values  for 
ortho  -  and  meta  -  terphenyl.       This  again  contrasts  with  the  temperature  depen- 
dence of  the  coefficient  of  viscosity  which  is  steepest  for  the  most  complex  mole- 
cules and  lowest  for  the  simplest. 

4.  Finally,  although  the  coefficient  of  thermal  conductivity  at  atmospheric  pressure 
decreases  with  increasing  temperature  for  normal  liquids,  Bridgman  [3]  showed  that 
for  a  number  of  liquids  he  studied, the  temperature  dependence  reversed  sign  above 
about  5000  bars  beyond  which  the  coefficient  increased  with  increasing  tempera- 
ture at  constant  high  pressure.     Again  in  contrast,  no  reversal  in  the  sign  of  the 
temperature  dependence  of  viscosity  was  obtained  for  the  same  liquids  at  high  pres- 
sures . 

To  set  up  a  model  to  use  in  an  attempt  to  explain  these  features  of  the  behaviour  of  the  thermal 
conductivity  of  a  liquid  it  is  necessary  to  make  assumptions  about 
(i)     the  structure  of  the  liquid 
(ii)     the  molecular  mechanism  of  transport 
(iii)     the  molecular  shape 
(iv)     the  intermolecular  forces 

In  order  to  keep  the  model  simple,   the  assumptions  will  be  necessarily  crude.     Firstly,   the  liquid  is 
assumed  to  be  a  quasi-crystalline  assembly.     This  is  not  an  unreasonable  assumption  for  liquids  well 
away  from  the  critical  region  in  view  of  the  small  volume  change  on  fusion  which  usually  occurs,  of  the 
order  of  10%,  and  the  fact  that  study  of  the  X-ray  patterns  of  liquids  reveal  only  a  small  decrease  in 
co-ordination  number  compared  with  the  solid.     For  example,   for  argon  [4]  decreasing  from  12  to  10.4  in 
the  liquid  close  to  the  freezing  point.     In  addition,   the  specific  heats  of  solids  and  liquids  close  to 
the  freezing  point  are  not  substantially  different.     This  evidence  suggests  that  energy-  and  v£>lume-wise 
a  solid-like  model  for  the  liquid  would  not  be  grossly  in  error.     In  theories  of  thermal  conduction 
derived  from  statistical  mechanics  the  structure  of  the  fluid  turns  up  in  terms  depending  on  the  radial 
distribution  function  g  ^^^(r).     In  the  absence  of  experimental  values  of  g  ^^\r)  such  terms  can  only 
be  readily  determined  from  experimental  data  if  they  are  thermodynamic  in  form  such  as: 


oV  1  N 


NKT  6VkT 


J  r  0'(r)  g^^^^r)  d\  (3) 


or  for  an  s,  q  potential 


0(r)     =    Ar"^  -  Br'^  (s>q) 


Na 
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i 
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where  U'  is  the  conf igurational  energy  of  the  liquid  [5], a  the  molecular  diameter,  and  the  other  symbols 
have  their  usual  significance. 


In  the  cell  model  of  the  liquid  adopted,  it  is  natural  to  assume  that  the  molecules  oscillate  about 
fixed  sites  with  a  mean  frequency  v  determined  by  the  properties  of  the  system.     In  a  temperature  gradi- 
ent the  excess  energy  1  du/dx,  between  molecules  in  layers  a  distance  1  apart,   is  handed  on  by  'collisions' 
with  neighbors  at  the  extremity  of  the  vibration.     The  heat  flux  J     can  therefore  be  written  [6] 


dT 

q  dx 


-n.   2  vl 
A  dx 


c  i 


dT 
dx 


(5) 


hence 


=  /2~    V  C  /a 

V 


(6) 


where  n^  is  the  number  of  molecules  per  unit  area  of  the  liquid,  the  specific  heat  at  constant  volume 
per  molecule,  and  a  the  nearest  neighbor  distance.     In  eqs  (5)  and  (6)  the  lattice  geometry  has  been 

/2  v  where  v 


assumed  to  be  f.c.c.  so  that  a 
a/2/2. 


V/N  is  the  volume  of  the  system  per  molecule  and  1 


From  eq  (6)  it  is  now  possible  [7]  [8]  to  determine  the  factors  which  control  the  pressure  and 
temperature  dependence  of  thermal  conductivity.     In  the  first  approximation  we  will  assume  C-^  is  constant, 
hence  on  differentiation  we  obtain  the  set  of  equations: 


I  f  b\  ^  r  1      /  a  In  V  \  ~! 


(7) 


X  V  5p  ^T  L  3      V  S  In  V  y  J 


(8) 


X  V  dT  y        V  V  dT  / 


(9) 


where  a  is  the  coefficient  of  thermal  expansion  and  3^  the  isothermal  compressibility. 

The  quantity  -  (9  In  v/d  Inv)   is  known  in  solid  state  theory  as  Gruneisen's  constant  and  if  this  is 
assumed  constant  (1/X) (dX/9T)p  should  be  linear  in  cv.     As  the  coefficient  of  thermal  expansion  is  largest 
for  simple  molecules, these  have  the  steepest  temperature  dependence  of  thermal  conductivity.  Conversely 
as  the  more  complex  molecules  have  lower  coefficients  of  thermal  expansion  they  have  a  lower  temperature 
dependence  of  thermal  conductivity.     Examination  of  a  plot  of  (l/\)(dX/ST)     against  a  for  a  series  of 
liquids,  however,  shows  [7]  that  although  the  results  all  lie  on  a  single  cu?ve,  this  curve  does  not  pass 
through  the  origin  but  cuts  it  at  a~         x  10"^  deg'l.     It  is  to  be  expected  therefore  that  for  liquids 
with  a  less  than  this  value  the  coefficient  of  thermal  conductivity  would  increase  with  increasing  tem- 
perature.    This  has  been  shown  to  be  the  case  with  liquids  at  high  pressure  [8  ], where  beyond  about  5000 
bars  a  values  are  generally  less  than  0.5  x  10"^  deg  "1.     Likewise  it  has  been  shown  that  the  pressure 
dependence  of  thertr.al  conductivity  is  substantially  controlled  by  the  isothermal  compressibility  as 
plots  of  available  data  [3]  in  the  form  (1/X)  ( 3X/ Sp)rj,  are  linear  in  p^. 

These  conclusions  therefore  provide  partial  answers  to  points  3  and  4  raised  above.     With  regard  to 
point  2, calculated  vibrational  frequencies  in  liquids  are  not  sensitive  to  molecular  structure.  Hence, 
provided  the  specific  heat  term  in  eq  (6)  does  not  include  rotational  or  internal  vibrational  modes  as 
is  suggested  by  studies  of  the  experimental  behaviour  of  the  ratio  mX/kT|  [9], and  the  transport  properties 
of  isotopic  molecules  [10]  but  is  purely  a  lattice  term,  then  insensitivity  to  molecular  structure  in  \ 
is  to  be  expected. 

To  summarise  therefore, as  eq  (1)   Indicates,  the  temperature  dependence  of  viscosity  is  controlled  by 
energy  parameters  and  hence  one  would  expect  sensitivity  of  this  coefficient  to  changes  in  pressure,  tem- 
perature, and  molecular  structure.     Such  changes  would,   in  addition,  be  greatest  for  the  most  complex 
molecules.     In  contrast, as  eq  (7)  and  (8)   indicate  the  pressure  and  temperature  dependences  of  thermal 
conductivity  are  substantially  controlled  by  volume  parameters  and  hence, compared  with  viscosity,  rela- 
tively insensitive  to  changes  in  pressure  and  temperature. 
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In  view  of  the  comparative  success  of  the  model  it  is  pertinent  to  examine  the  relationship  of  the 
present  results  to  those  obtained  from  statistical  theories.     This  is  possible  for  hard  sphere  mole- 
cules of  diameter  a  where  the  model  corresponds  to  that  of  a  particle  in  a  rectangular  cell  potential 
with  a  frequency  v  given  by  [7] 


/  8kT  1 

V  77  ra  4(a  -  a)  ^  ^ 


so  that  (3  In  v/S  In  v)^  can  be  evaluated  to  yield  [7] 


where  y  =  (pV/RT)   -  1  =  a/ (a-o)  has  been  obtained  from  the  free  volume  theory  of  a  dense  fluid  of  hard 
spheres  [11]. 

Existing  statistical  theories  of  thermal  conductivity  of  hard  spheres,  in  the  approximation  that 
only  binary  collisions  are  important,  all  reduce  essentially  to  the  form  first  proposed  by  Enskog  [11] 

where  \    is  the  thermal  conductivity  of  the  corresponding  dilute  gas  and  bg  the  hard  sphere  second  virial 
coefficient.     The  first  term  of  eq  (13)  arises  from  the  diffusive  type  displacement  of  molecules  which 
is  small  for  dense  fluids  (y  »  1).     On  discarding  this  term  to  bring  the  models  on  to  the  same  com- 
parative basis  it  is  found  on  differentiation  that 


(13) 


where  f(y)  -•  1  for  y  »>  1.  Eqs  (12)  and  (13)  are  therefore  seen  to  be  substantially  of  the  same  form. 
A  similar  correspondence  is  found  for  the  case  of  the  pressure  dependence  of  thermal  conductivity  which 
on  the  present  model  is  given  by: 


Broad  agreement  with  experiment  and  close  correspondence  in  form  with  the  Enskog  results  therefore 
suggest  the  essential  correctness  of  the  conclusion  that  the  pressure    and  temperature  dependences  of 
thermal  conductivity  of  liquids  are  determined  by  the  coefficients  of  isothermal  compressibility  and 
thermal  expansion  respectively. 

Finally  it  is  well  known  that  for  a  number  of  simple  fluids  when  X  is  plotted  against  density  for 
various  temperatures  the  isotherms  are  either  co-incident  or  very  close  together.     This  also  is  in 
agreement  with  results  obtainable  from  the  present  model  as  from  eq  (10) 

(t),    =    F  '''' 

and  if  evaluated  on  the  simple  harmonic  oscillator  model  for  v  [6] 

(§)    =    0  ^  (16) 


The  rectangular  cell  potential  can  be  looked  on  as  the  limiting  case  of  anharmonicity  and  hence 
(S\/dT)     for  liquids  would  be  expected  to  lie  within  the  limits  given  by  eqs  (15)  and  (16)  and  hence 
closely  ^spaced  together  or  coincident,  which  is  in  agreement  with  experiment  [8]. 
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Thermal  Conductivity  of  Several  Dielectric 
Liquids  of  Low  Boiling  Point 
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International  Business  Machines  Corporation 
Systems  Development  Division,  Poughkeepsie ,  New  York 


This  paper  presents  recent  thermal  conductivity  measurements  for  three,  low- 
saturation  temperature ,  dielectric  liquids:    FC-78,  FreonC51-12,  and  Freon  113. 

The  measurements  were  made  through  the  mechanism  of  steady-state,  radial  heat- 
flow  in  a  thin  annulus.    The  system  was  calibrated  using  air  and  distilled  water. 

Emphasis  is  placed  on  comparing  the  results  obtained  against  data  of  other  investi- 
gators and  the  measurement  techniques  used.    An  assessment  of  the  accuracy  of  the 
measurements  and  the  effect  of  natural  convection  and  air  solubility  are  also  discussed. 
The  experimental  apparatus  used  and  the  details  of  instrumentation  are  illustrated  by 
schematics  and  photographs. 

Key  Words:  Thermal  conductivity,  heat  transfer,  coolant  property,  measurement 
technique. 


1.  Introduction 

Developments  in  electronic  components  and  packaging  techniques  have  created  a  dual  problem  in 
cooling.    On  one  hand,  heat  fliaxes  have  been  increased  by  orders  of  magnitude,  so  that  high  values  of 
heat  transfer  coefficients  are  needed.    In  addition,  when  the  response  times  of  circuits  are  measured 
in  nanoseconds  or  picoseconds,  the  temperature  difference  between  the  components  becomes  an  im- 
portant consideration. 

The  above  criteria  are  best  satisfied  by  liquid  cooling  techniques,  particularly  subcooled-flow- 
boiling  systems  and  subcooled-pool  or  saturated-pool-boiling  systems.    Intimate  contact  between 
liquid  and  components  is  often  necessary  in  such  systems,  so  that  dielectric  properties,  chemical 
inertness,  and  material  compatibility  must  also  be  considered.    A  further  restriction  exists  in  elec- 
tronic cooling;  namely,  silicon  and  germanium  semiconductor  devices  must  be  maintained  at  relatively  i 
low  temperatures  (lOOoC  or  less).    In  recent  years,  several  manufacturers  have  developed  fluorinated 
heat-transfer  liquids  that  satisfy  most  requirements.    Because  these  products  have  not  had  a  wide- 
spread use,  some  of  their  physical  properties  are  not  well-established.    In  particular,  thermal  con- 
ductivity, because  it  is  of  paramount  importance  in  a  thermal  system  and  because  it  is  somewhat  diffi- 
cult to  measure,  has  been  of  concern  to  designers  of  heat  transfer  systems.    For  comparing  thermal 
characteristics  of  these  liquids,  we  decided  to  perform  our  own  conductivity  measurements,  pri- 
marily intending  to  obtain  accurate  results  for  correlating  heat  transfer  data.    After  an  extensive 
searching  of  literature  in  the  field,  the  "thin  annulus"  technique  which  is  most  compatible  with  our 
instrumentation  capability  was  selected. 
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2. 


Experimental  Techniques 


2.  1    Theoretical  Considerations 

The  "thin  annulus"  technique  for  measurement  of  thermal  conductivity  is  based  on  the  following 
radial  heat-flow  equations:  .  - 

Z^rXLIATl.cXAT  (1 

whe  re : 


L  =  length  of  annulus,  m 

r^.r^  =  inner  and  outer  radius  of  annulus,  m 

AT  =  temperature  difference  across  the  liquid  annulus,  °C 

X  =  thermal  conductivity  w  m~^  deg"'^ 

C  =    constant  of  test  configuration,  m 

2  ff  L 
Ln  r^/r^ 


Rearranging  equation  (1),  gives 

Equation  (2)  is  derived  with  the  assumptions  that  heat  flow  takes  place  purely  in  the  conduction 
mode.    It  is  obvious  that  this  assumption  is  somewhat  unrealistic,  as  natural  convection  always  exists 
in  such  a  configuration.    However,  if  AT  and  annulus  thickness  are  properly  selected,  it  is  possible 
to  minimize  the  natural  convection  effect  to  a  negligible  degree.    Indeed,  this  is  the  only  way  one  can 
make  the  "thin  annulus"  method  work.    For  our  measurements,  atn  annulus  thickness  of  0.  025  and 
0.  080  inch  and  a  5.  0  inches  length  was  selected.    The  reason  for  choosing  two  different  annulus  di- 
mensions is  to  determine  the  natural  convection  effect  due  to  annulus  thickness. 

2.2    Description  of  Apparatus 

The  apparatus,  which  is  made  up  of  a  series  of  concentric  cylinders,  is  shown  in  figure  1.  The 
innermost  cylinder  is  made  of  a  ceramic  material  and  has  four  inner  passageways,  each  of  which 
houses  a  0.  005  inch  diameter  nichrome  wire.    This  arrangement  ensures  a  uniform  heat  flux  along 
the  length  of  the  heat  source.    The  ceramic  heater  is  clad  with  a  copper  cylinder  which  serves  as  the 
inner  surface  of  the  annular  test  section.    The  outer  surface  is  formed  with  another  copper  cylinder 
which  is  positioned  by  means  of  two  nylon  rings.    A  high  degree  of  concentricity  is  maintained  between 
the  rings  and  the  cylinder  to  guarantee  a  uniform  annulus.    The  outer  portion  of  the  apparatus  forms  a 
water  jacket  which  serves  as  a  heat  sink. 

Provisions  are  made  for  mounting  eleven  iron-constantan  thermocouple  junctions.    Two  sets  of 
diametrically  opposed  junctions  are  mounted  to  record  the  internal  temperature  of  the  copper  cylinder 
cladding  around  the  heater  --  one  set  near  the  top  and  one  set  near  the  bottom  of  the  apparatus.  Another 
pair  of  junctions,   180°  apart,  are  located  at  the  center  to  record  the  temperature  of  the  inner  surface  of 
the  test  annulus.    The  five  remaining  thermocouples  are  used  for  monitoring  the  outer  section  of  the 
annulus  and  water  temperatures.    Arrangements  are  provided  for  filling  the  test  section  with  liquid  and 
for  purging  the  system  of  air.    A  schematic  of  the  liquid  conductivity  experimental  testing  system  is 
shown  in  figure  2.    The  experimental  equipment  is  shown  in  figure  3. 
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2.  3   Test  Procedure 


Liquid  is  poured  into  the  test  section  through  one  of  the  venting  tubes  to  form  a  liquid  annulus. 
When  the  filling  operation  is  completed,  the  system  is  turned  on,  power  and  temperature  readings 
are  taken  when  thermal  equilibrium  is  established.    Various  heat-flux  levels  are  used  to  evaluate  the 
natural  convection  effect.    Two  levels  of  sink  temperatures  are  applied  for  determining  the  tempera- 
ture coefficient  of  conductivity.    Similar  tests  are  repeated  for  all  three  liquids. 

2.  4  Results 

Thermal  conductivity  measurements  obtained  on  three  dielectric  liquids,  FC-78,  (a  product  of  the 
3M  Company),  Freon  C-51-12,  Freon  113  (products  of  the  duPont  Company)  are  shown  in  figure  4  as 
a  function  of  heat  flux.     Conductivity  versus  temperature  data  of  the  three  liquids  are  compared  with 
data  of  other  investigators  (see  figure  5). 

It  is  evident  that  the  data  obtained  from  the  0.  080  inch  thick  annulus  test  section  shows  a  sub- 
stantial natural  convection  effect.    However,  it  is  equally  evident  that  the  thinner  annulus  (62  =  0.  025 
inch)  has  virtually  eliminated  the  natural  convection  heat  transfer  in  the  system.     These  comparative 
results  easily  suggest  the  postulation  that  the  discrepancies  of  other  reported  data  may  very  well  be 
caused  by  this  important  factor. 

3.  Discussions 

1.  One  of  the  reasons  that  we  chose  two  different  annulus  thicknesses  was  to  see  how  this  critical 
dimension  affects  measurements  on  various  kinds  of  fluids.    The  data  shown  in  figure  4  can  be  used 
to  estimate,  quantitatively,  the  natural  convection  effect  due  to  wider  annulus  thickness.  Further- 
more, if  we  extend  the  62  line,   shown  in  figure  4-A,  we  will  see  that  it  intersects  with  the  6^  line  at 
about  100  W/M^  heat  flux,  which  can  be  interpreted  as  the  maximum  heat  flux  allowable  to  avoid 
natural  convection  for  the  annulus  of  62  thickness. 

2.  One  of  the  most  striking  characteristics  of  these  dielectric  liquids  is  their  relatively  high  air 
solubilities  (see  example  in  figure  6).    Our  experience  indicates  that  it  is  extremely  difficult,  if  not 
impossible,  to  maintain  a  consistency  of  these  liquids  in  air  solubilities,  as  they  are  extremely  tem- 
perature dependent  at  a  given  pressure  which  for  our  case  is  atmospheric.    Because  these  liquids  all 
have  negative  temperature  coefficients  in  air  solubilities,  this  can  cause  an  increase  of  observed 
thermal  conductivity  when  liquid  temperature  is  raised  to  a  higher  level.     This  effect  seems  to  be 
particularly  pronounced  with  wider  annulus  thickness  (see  results  in  figure  4). 

3.  Since  natural  convection  is  affected  not  only  by  annulus  thickness  (6),  but  also  by  ^T  and  liquid 
properties  (see  Table  1)  such  as  thermal  expansion  coefficient  (j3)  and  kinematic  viscosity  (y) ,  it  is 
generally  true  that  with  a  given  6  and  AT,  better  accuracy  can  be  expected  for  liquids  with  higher 
kinematic  viscosity  and  lower  coefficient  of  thermal  expansion,  like  water,  and  will  show  considerable 
error  for  the  converse  case;  that  is,  lower  y  and  higher  /3  like  air.    We  did  observe  these  aforemen- 
tioned results  during  our  system  calibration,  using  water  and  air. 

4.     Conclusions  and  Recommendations 

The  thermal  conductivity  values  summarized  in  this  paper  represent  our  recent  measurements  in 
this  area.    Based  on  our  instrumentation  capability  and  extremely  good  repeatibility  of  data,  it  is  our 
judgment  that  these  results  do  have  good  absolute  accuracy.    We  have  found  the  information  to  be  quite 
meaningful  and  useful  in  making  heat  transfer  correlations  of  these  liquids. 

We  would  like  to  suggest  that  these  liquids  be  further  evaluated  with  broader  temperature  range 
and  various  solubilities,  to  determine  the  effects  of  these  variables  on  tTiermal  conductivity. 
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Table  1.     Properties  of  the  three  dielectric  liquids. 


Manufacturer 


Nominal  Boiling  Point  F 

Density  at  77°F  -  Ib/ft^ 

Specific  Heat  at  77°F  -  Btu/lb-°F 

Thermal  Conductivity  at  77°F  -  Btu/hr-ft-°F 

Kinematic  Viscosity  at  77*'f-c.  s. 

Heat  of  Vaporization  at  the  Boiling  Point  -  Btu/lb 

Coefficient  of  Expansion  ft'^/ft^-°F 

Surface  Tension  at  77°F  -  dynes/cm 

Dielectric  Constant  at  77°F  and  Ike 

•  1         ■    r~  1  volts 

Dielectric  Strength  at  77  F  r: — 

^  mil 

Solubility  of  air  in  liquid  at  1  atm.   &;  77°F  mol.  % 


FC-78 
3M  Co. 

122 

106.  0 

.  248 

.  44 

41.  0 
.  009 

13.  0 
1.  81 
430 


Freon-113  FreonC51-12 


.  50 
(e  stimated) 


DuPont 
117,  5 
97.  7 
.218 
See  figure  5 
.  42 

63.  1 
, 00078 
19.  0 
2.  41 
310 
.  12 


DuPont 
113.  5 
104.  4 
.  266 

.  61 

40,  0 
. 00073 

11.  6 
1.  80 
420 
.  15 
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Figure  1.     Liquid  thermal  conductivity  apparatus. 
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Figure  2.    Schematic  of  the  liquid  conductivity  testing  system. 
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Figure  3.     Photograph  of  the  experimental  equipment. 

A)  Test  section.      B)  Experimental  system. 
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Figure  4.    A)  Thermal  conductivity  of  FC-78  vs.  heat  flux. 

B)  Thermal  conductivity  of  C51-1Z  vs.  heat  flux. 

C)  Thermal  conductivity  of  Freon  113  vs.  heat  flux. 
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FC- 78  (EARLY    3M  DATA) 
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Figure  5,    Conciuctivity  vs.  temperature 
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Figure  6.    Air  solubility  of  FC-7? 
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Thermal  Conductivity  of  Two-Phase  Systems 


1  2 
Alfred  L.  Baxley  ,  Nicholas  C.  Nahas  ,  and  James  R.  Couper 

Department  of  Chemical  Engineering 
University  of  Arkansas 
Payetteville,  Arkansas 


An  experimental-theoretical  study  v/as  conducted  to  establish  a  theoretically 
sound  and  numerically  accurate  technique  for  predicting  two-phase  system  thermal 
conductivity.    Experimental  data  were  obtained  with  the  aid  of  newly  designed 
concentric-sphere  type  apparatus.    Thermal  conductivities  were  measured  for  repre- 
sentative volume  fractions  of  several  liquid-solid  and  liquid-liquid  systems. 

A  digital  simulation  technique  was  proposed  for  the  prediction  of  two-phase 
thermal  conductivities.    The  model  used  as  a  basis  a  constant  density  function 
random  placement  of  the  discontinuous  phase  within  a  large  cubical  system.    In  the 
design  of  the  model,  consideration  was  given  to  three-dimensional  heat  conduction, 
potential  field  interaction,  the  thermal  conductivities  of  both  phases,  and  the 
volune  fraction  of  the  discontinuous  phase. 

The  model  was  tested  along  with  the  models  of  eight  other  investigators  on 
data  of  five  investigations,  including  the  authors'  data.    The  authors'  model 
predicted  thermal  conductivities  with  a  mean  error  of  twenty  percent,  an  error 
variance  of  1.35,  and  it  was  biased  below  the  experimental  values  by  an  average 
of  eleven  percent. 

Key  Words:    Conductivity,  thermal  conductivity,  two-phase,  liquid-solid 
systems,  liquid-liquid  systans,  suspensions,  emulsions. 


1.  Introduction 


In  the  design  of  heat  transfer  equipment  the  evaluation  of  heat  transfer  coefficients  for  hetero- 
geneous two-phase  liquid-liquid  or  liquid-solid  systems  has  been  troublesome.    In  such  a  design  it  is 
necessary  to  know  the  thermal  conductivity,  specific  heat,  viscosity,  density  and  coefficient  of  ther- 
mal expansicn  of  the  heterogeneous  system. 

During  the  past  eighty  years,  numerous  methods  have  been  proposed  for  the  calculation  of  thermal 
conductivity  of  two-phase  systems.    These  methods  [3, 5, 6, 8, 10, 11, 13, 14,15,16,17, 19, 20, 21, 23,2'], 25, 
26,28]  have  most  ccmmonly  assumed  that  the  effective  thermal  conductivity  of  a  real  two-phase  system 
is  the  same  as  for  a  system  of  simple  gecmetr^  having  the  same  volume  fraction  of  the  two  phases.  The 
effective  conductivity  of  the  simplified  model  is  then  found  from  the  analytic  solution  of  Fourier's 
equation  with  appropriate  boundary  conditions.    In  general,  most  of  these  techniques  have  been  found 
to  be  approximate  and  unrelated  to  each  other.    The  assumptions  of  thermal  conductivity  not  varying 
with  temperature,  orderly  arrays  of  well-defined  geometric  configurations  in  established  distributions, 
and  particle  non-interaction  are  the  most  inportant  of  those  which  have  been  used  in  the  development 
of  theoretical  models. 

The  experimental  data  are  meager  and  the  experimental  techniques  require  considerable  patience 
and  care.    Even  under  the  most  desirable  conditions,  the  accuracy  of  existing  correlations  cannot  be 


^Presently  employed  at  Celanese  Chemical  Company,  Corpus  Chrlsti,  Texas 
■Presently  en^'loyed  at  Hunble  Oil  and  Refining  Canpany,  Baytown,  Texas 
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expected  to  be  better  than  about  +  2075.    As  a  result,  the  design  engineer  occasionally  uses  the  ther- 
mal conductivity  of  a  liquid  phase  which  is  usually  the  continuous  medium  and  over  designs  the  heat 
transfer,  a  costly  compromise  brought  about  by  the  lack  of  understanding  of  the  existing  phencmena 
and  the  lack  of  experimental  data. 


2.    Theoretical  Analysis 


Thennal  conductivity  is  defined  for  a  homogeneous.  Isotropic  medium  by  the  Fourier  equation: 


where  Q  is  the  heat  flow  rate,  A  Is  the  area  of  heat  transfer,  aT/aX  is  the  applied  temperature  gra- 
dient, and  X  is  the  thermal  conductivity. 

According  to  the  Fourier  equation,  the  concept  of  thennal  conductivity  dictates  that  it  represent 
a  ratio  of  heat  transfer  through  a  constant  area  to  an  applied  constant  temperature  potential.  The 
def initial  further  implies  that  the  material  is  homogeneous  and  isotropic.    One  of  the  results  of  the 
above  definition  is  that  the  thermal  conductivity  is  a  basic  intensive  property  of  the  material. 

As  the  basic  concept  of  thermal  conductivity  is  applied  to  a  two-phase  system,  some  of  the  above 
criteria  are  immediately  violated.    Two-phase  systems  are  neither  isotropic  nor  hanogeneous ,  and  the 
resultant  thermal  conductivity  cannot  be  defined  as  an  intensive  property  of  the  material.  Although 
thermal  conductivity  for  two-phase  systems  does  not  adhere  to  some  of  the  original  criteria,  it  is 
nevertheless  a  useful  concept. 

A  photomicrograph  of  a  liquid-solid  suspension  revealed  that  the  suspension  was  a  randomly 
oriented  unsymraetrlc  spatial  array  of  irregularly  shaped  particles  in  a  continuous  medium.  Further, 
seme  of  the  particles  seemed  to  be  in  contact,  and  there  appeared  to  be  no  basic  repeated  structure. 
Observations  such  as  these  have  led  historically  to  consideration  of  the  following  system  variables: 
liquid  and  solid  thermal  conductivity,  volume  fraction  of  solids,  particle  orientation,  particle  dis- 
tribution, particle  shape,  and  particle  "bridging". 

The  classical  approach  has  been  to  combine  all  or  part  of  the  above  variables  into  a  predictive 
type  "equation".    Such  equations  have  usually  been  developed  considering  the  basic  repeated  unJ.t  of 
spatial  configuration,  for  example,  a  cubic  array  of  cubes.    However,  the  photomicrograph  revealed 
that  such  a  basic  unit  is  not  easily  defined  and  the  authors  believe  that  an  entirely  different 
approach  would  prove  more  satisfactory. 

A  detailed  survey  and  critical  review  of  the  literature  [7]  clearly  Indicated  the  need  for  a 
numerical-statistical  approach  for  predicting  the  conductivity  of  suspensions  and  emulsions.  Deissler 
and  Elan  [4]  applied  a  numerical  technique  to  a  two-dimensional  array  of  cylinders.    The  temperature 
distribution  at  regular  intervals  in  the  model  were  determined  using  finite  difference  techniques  and 
a  relaxation  procedure.    They  suggested  that  their  model  could  be  inproved  by  considering  a  randan 
distribution  of  solid  cubes  In  a  three-dimensional  cubical  system.    Such  an  approach  would  be  based 
on  the  premise  that  any  liquid-solid  system  can  be  represented  to  any  degree  of  approximation  by  a 
three-dimensional  cubical  system  composed  of  small  liquid  and  solid  cubes.    Effectively,  any  irregu- 
larly shaped  particle  can  be  "built"  to  any  degree  of  approximation  by  arranging  a  sufficient  number 
of  small  solid  cubes  according  to  a  predetermined  format.    Further,  particles  could  be  placed  into  the 
large  cubical  system  according  to  any  specified  statistical  distribution.    Following  such  a  system 
synthesis  would  be  the  application  of  isothermal  and  insulation  requirements  to  the  proper  planes,  the 
application  of  a  teinperature  potential,  the  determination  of  system  temperature  profiles,  and  finally, 
the  calculation  of  heat  flows  and  thermal  conductivity. 


2.2.    Problem  Documentation 


The  first  step  in  the  procedure  is  to  establish  system  dimensions,  boundary  conditions,  and  initial 
system  thermal  conductivity.    The  physical  systen  was  "built"  to  the  limit  of  the  computing  machine 
capacity  and  was  represented  as  a  three-dimensional  matrix.  (The  corputer  available  was  an  IH4  7040 
with  a  16K  memory.)    The  dimensions  are  shown  in  figure  1  along  with  the  directional  convention. 

The  front  and  rear  temperatures  (TFRONT  and  TREAR)  are  isothermal,  TFRONT  being  larger  numeri- 
cally than  TREAR.    In  this  particular  study,  TFRONT  =  1.10°C  (2°P)  and  TREAR  =  0.55°C  (1°F).  The 
planes  IK  and  JK  are  insulated  so  that  all  net  heat  flows  in  the  K  direction.    Initially,  all  positions 
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in  the  system  are  occupied  by  the  conductivity  of  the  continuous  phase,  making  the  initial  system 
thermal  conductivity  equal  to  that  of  the  pure  liquid. 

Following  this  the  number  of  solid  cubes  was  determined  and  each  was  randomly  placed.    The  system 
dimensions  were  selected  to  provide  the  largest  conventional  three-dimensional  matrix  which  would  fit 
into  the  ccmputer  memory.    Ihe  dimensions  of  the  matrix  were  8  x  8  x  11  resulting  in  70^  system  cubes. 
Therefore,  the  number  of  solid  cubes  required  to  build  a  given  volume  fraction  (f)  was  70^4  times  f. 
Programming  features  were  provided  to  neglect  fractions  of  solid  cubes. 

Random  coordinates  (I,  J,  K)  were  produced  by  a  0-1.0  constant  density  randcm  number  generator. 
For  each  solid  cube  to  be  placed  in  the  system,  three  randcm  numbers  between  0-1.0  are  generated  in 
the  subiy^utine.    By  manipulation  in  the  simulation  program,  these  three  random  numbers  are  converted 
into  I,  J,  K  coordinates.    If  a  randan  set  of  coordinates  is  duplicated.  It  is  discarded  and  another 
set  selected.    When  a  solid  cube  is  placed  into  the  system,  the  solid  thermal  conductivity  replaces 
the  liquid  thermal  conductivity  stored  previously  in  that  location  in  the  computer  program. 

Step  three  is  to  determine  the  average  working  thermal  conductivities  and  assign  the  Initial  temp- 
erature distribution.    The  equation  for  the  series  model,  as  given  by  Jakob  C9]j  Is  used  to  ccmpute 
the  average  working  conductivities  between  adjacent  cubes. 


Xe 


c^d 


0.5Xc  +  0751^ 


(2) 


where  X^  is  the  average  thermal  conductivity,  x^  is  the  thermal  conductivity  of  the  continuous  phase, 
and  X^  IS  the  thermal  conductivity  of  the  discontinuous  phase.    Next,  an  initial  temperature  distri- 
bution is  assigned  to  the  system  cubes,  assuming  them  as  the  pure  liquids.    In  this  particular  problem 
solution,  a  0.55°C  (1.0°F)  AT  with  a  0.055°C  (0.1°F)  AT  per  k-plane  was  used.    However,  any  convenient 
tanperature  drop  could  be  assumed. 

Step  four  is  to  ccmpute  the  actual  temperature  distribution.    As  the  program  is  documented,  there 
exists  a  unique  solution  for  system  temperatures.    The  condition  which  must  be  met  by  every  cube 
temperature  for  a  solution  to  exist  is  the  Laplace  equation 

ajr  +         +  3_£r  =  0  (3) 

3l2        3J2  3k2 


Also,  each  tenperature  in  the  system  must  be  bounded  by  TFRONT  and  TREAR.    In  application,  Laplace's 
equation  merely  requires  that  the  temperature  at  every  cube  be  constant.    This  condition  is  satisfied 
only  when  there  is  no  net  heat  accumulation  in  each  cube.    Therefore,  a  heat  conduction  balance  can 
be  written  around  every  cube  in  the  system,  excluding  the  front  and  rear  K  planes.    The  basic  system 
section  around  which  each  heat  balance  is  written  is  shown  in  figure  2.    Each  cube  represented  by  the 
numbered  circles  is  assurred  to  be  isothermal.    Heat  flow  to  the  center  cube,  T7,  Is  regarded  as  posi- 
tive.   The  resulting  heat  balance  is 


T    ^.  (T.  -  Hj) 

Ij 


;*iere  L  is  the  distance  between  the  cube  being  considered  and  cube  7.    Ry  Is  the  residual  heat  flow  in 
the  relaxation  scheme.    Applicatlcn  of  this  balance  to  all  system  cubes,  except  the  128  front  and  rear 
cubes,  results  in  a  system  of  576  simultaneous,  linear  equations.    Since  all  conductivities  are  known, 
each  equation  contains  7  unknowns,  and  no  two  equations  contain  the  same  7  unknowns.    A  solution  to 
such  a  large  number  of  linear  equations  can  be  accomplished  only  by  a  numerical  relaxation  technique. 
Further,  to  program  the  technique  of  relaxation  requires  superimposing  on  it  an  iterative  scheme.  This 
scheme  is  described  by  Varga  [27]. 

of  the  576  heat  balances,  the  following  basic  conver- 

ri  =  6  -| 

^Z^hj  (^1  -  ^7^  (5) 


In  applying  Varga 's  schane  to  the  solution 
gence  equation  results 


IT  ^7 

1  =  1^' 
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Equation  5  states  that  a  better  estimate  of  any  cube  temperature  results  fran  adding  a  group  of  terms 
to  an  Initially  specified  cube  temperature.    This  group  of  terms  is  seen  to  be  a  constant  divided  by 
the  sum  of  the  surrounding  working  thermal  conductivities  and  multiplied  by  the  thermal  residue,  R. 
IMs  is  quite  logical  when  it  is  realized  that  a  negative  R  results  from  Ty  being  too  high.    The  appro- 
priate action  is  thus  to  reduce  Ty  by  the  aforementioned  amount.    If  a  positive  R  occurs,  T?  is  too  low 
and  should  be  increased  in  the  same  manner.    This  basic  convergence  equation  is  applied  to  each  cube 
temperature  repeatedly  until  the  sum  of  the  absolute  values  of  the  residuals  is  less  than  or  equal  to 
0.55°C  (1°F). 

The  final  step  in  the  program  is  to  determine  heat  flows  and  effective  system  thermal  conductivity. 
The  solution  for  temperature  distribution  results  in  the  resolution  of  heat  coiduction  frcm  each  cube 
into  three  orthogonal  vectors.    Since  for  the  entire  system,  all  net  heat  Is  being  conducted  in  the  K 
direction,  this  is  the  quantity  of  heat  on  which  the  system  thermal  conductivity  should  be  based. 
Further,  with  the  correct  temperature  distribution  established,  4t  follows  that  heat  conducted  through 
all  K-planes  is  Identical.    The  net  K-plane  heat  flow  is  easily  calculated  by  surming  K-dlrected  heat 
flows  between  every  cube  in  adjacent  K-planes.    With  this  heat  flow  determined,  effective  system  ther- 
mal conductivity  is  readily  obtainable  fron  a  modified  Fourier  equation: 


,  no  

e  ~  (8)(8)(TFRONT  -  TREAR)  (6) 

Initially,  no  model  was  proposed  specifically  for  liquid-liquid  systems,  for  it  was  believed 
that  the  model  developed  might  be  satisfactory  or  could  be  extended  to  Include  liquid-liquid  systems 
with  minor  modifications. 


3.  Experimental 


3.1   Thermal  Conductivity  i4easurements 


A  concentric-sphere  type  of  thermal  conductivity  cell  was  designed  and  built  by  Baxley  and 
Couper  [1].    A  schematic  drawing  of  the  cell  is  shown  in  figure  3-    '^he  annular  space,  vMch  was 
0.444  X  10~2  m. (0.175  Inches)  between  the  inner  and  outer  spheres,  contained  the  systems  to  be  tested. 
Heat  was  generated  electrically  at  the  cell  center  by  passing  direct  current  through  a  specially  con- 
structed carbon  resistance  heater.    The  heat  generated  passed  radially  through  the  cell  and  the  test 
systems.    Thermal  conductivity  of  the  experimental  systems  was  calculated  frcm  the  equation  for  three- 
dimensional  radial  heat  conduction  in  a  sphere. 

The  rate  of  heat  generation  was  obtained  by  measuring  the  current  flow  through  and  the  voltage 
drop  across  the  carbon  resistance  heater  in  the  inner  sphere.    The  meters  used  were  certified  as 
accurate  to  +  0.25%  of  full-scale  reading. 

The  temperature  difference  across  the  test  systems,  of  the  order  of  0.55°C  (1°F),  was  determined 
by  a  Leeds  and  Northrup  K-3  Potentiometer,  using  copper-constantan  thermocouples. 


The  entire  thermal  conductivity  apparatus  was  immersed  in  a  constant  temperature  oil  bath  during 
test  runs  so  that  the  temperature  distribution  through  the  cell  was  uniform.    Large  excursions  in 
bath  temperatures  were  accomplished  using  an  Immersion  heater  or  a  refrigeration  unit.    The  bath 
temperature  was  controlled  in  a  classical  fashion  by  a  laboratory  mereurlal  thermoregulator-relay- 
light  bulb  circuit.    The  resulting  bath  temperature  variation  was  maintained  at  less  than  +  O.OO55  °C 
(0.01°F).    A  recording  potentiometer  was  used  to  continuously  monitor  temperatures  throughout  the 
systems  making  possible  the  observation  of  transient  temperatures  and  indicating  when  steady-state 
had  been  attained. 

The  average  error  expected  in  the  measured  thermal  conductivity  values  was  A  detailed  error 
analysis  and  a  more  thorough  description  of  the  test  apparatus  appears  in  a  previous  publication  [1]. 


3.2    Experimental  Systems 


Each  suspension  used  in  this  study  was  observed  to  experience  no  appreciable  settling  at  10°C 
(50°F)  for  a  one  hour  period.    One  hour  was  sufficient  time  to  make  all  thermal  conductivity  measure- 
ments for  any  suspension.    The  conductivities  were  experimentally  determined  for  suspenslors  of 
polypropylene  glycol  (PPG),  aluminum  oxide-PPG  and  selenlum-PPG.    The  suspensions  were  prepared  by 
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slowly  mixing  predetemined  weights  of  the  finely  divided  powders  into  the  liquid.    After  each  suspen- 
sion was  chained  to  the  cell,  it  was  evacuated  to  100  microns  absolute  pressure  to  remove  any  trapped 
air.    The  volume  fracticn  of  solids  was  varied  from  0.1  to  0.5.    Data  were  taken  on  all  three  systems 
between  1.7°C  (35°F)  and  10°C  (50°F). 

In  the  emulsicn  phase  of  the  viork,  solutions  of  hydroxyetbyl  cellulose  were  dispersed  in  poly- 
propylene glycol  and  in  a  conroercial  plasticizer  known  as  Flexol.    The  volume  fraction  varied  fron 
0.1  to  0.3  for  the  dispersed  phase.    The  experimental  temperature  range  was  from  4.5°C  (40°P)  to 
60.0°C  (140°P). 

4.0  Results 


4.1    Liquid-Solid  Systems 

The  thermal  conductivities  obtained  from  the  model  were  compared  v/ith  those  predicted  by  eight 
other  models.    The  eight  other  models  were  those  developed  by  Russell  [25],  Lichtenecker  [15], 
Jefferson  [11],  Ttexwell  [17],  Rayleigh  [23],  Bruggeman  [3],  Meredith  and  Tobias  [19,20,21],  and  the 
series  model  as  shown  by  Jakob  [9].    All  nine  models  were  tested  on  liquid-solid  data  of  Lees  [14], 
Jefferson  [11],  McAlister  and  Orr  [18],  Johnson  [12],  and  the  authors'  data. 

Fran  Table  1  it  can  be  seen  that  experimental  values  of  suspension  thermal  conductivity  are  more 
closely  related  to  liquid  thermal  conductivity  and  volume  fractioi  than  to  thermal  conductivity  of  the 
solid.    For  example,  compare  the  results  of  the  aluminum-water  system  (X„  =  0.657,       =  204,  f  =  0.175) 
with  those  for  the  aluminum-grease  system  (X^  =  0.284,       =  204,  f  =  O.loO).    If  the  same  solid  is  used 
in  almost  the  same  volume  fraction,  an  increase  in  liquid  thermal  conductivity  by  a  factor  of  2.3 
increases  the  effective  conductivity  by  a  factor  of  4.0.    Further,  for  the  aluminum-water  system,  a 
change  in  f  from  0.055  to  0.210  changes  the  effective  conductivity  by  a  factor  of  2.3.    Now  consider 
the  zinc-grease  system  (x^  =  0.282,       =  112,  f  =  0.22)  and  the  aluminum-grease  system  (x„  =  0.284, 

=  204,  f  =  0.24)  and  note  that  an  Increase  in  the  solid  ccmductivity  by  a  factor  of  1.82  causes  the 
effective  conductivity  to  increase  from  0.420  Wn~ldeg~l  to  0.429  Wm-ldeg-l.    This  increase  is  not 
significant . 

TABLE  1 

Ccmpariscai  of  Other  Investigators'  Data 
With  Authors'  Model 
Liquid-Solid  Systems  at  10°C 


SYSim  Xc  Xd  f  ^fxp    .  %odPl  1 

Wm'-Ldeg-i        Vin~-Kieg~-'-  Wn    deg  Wn'-'^g 


Aluminum-Water                 0 . 657 

204 

0,055 

0.761 

0.724 

0.115 

0.969 

0.802 

0.175 

1.401 

0.976 

0.210 

1.730 

1.042 

Aluminum-Grease  0.284 

204 

0.070 

0,320 

0.328 

0.120 

0.330 

0.354 

0.180 

0.349 

0.429 

0.240 

0.429 

0.500 

0.320 

0.586 

0.972 

Zinc-Grease  0.282 

112 

0.020 

0.296 

■  0.290 

O.OBO 

0.322 

0.323 

0.160 

0.380 

0.392 

0.220 

0.420 

0.498 

0.330 

0.557 

0.795 

Copper-Water                    0 . 657 

382 

0.055 

0.744 

0.721 

0.115 

0.934 

0.820 

0.175 

1.141 

0.932 

0.210 

1.280 

1.159 

0.245 

-  1.436 

1.273 

0.295 

1.826 

1.730 

For  data  csi  other  systems  and  other  models  see  reference  [2] 
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If  caie  CQn5)ares  the  thermal  caiductivltles  of  the  alumlnutn-water  (x^  =  0.657,  X  ,  =  20'l)  and 
copper-water  (x^  =  0.657,  X    =  382)  systems.  It  is  seen  that  the  effective  conductivity  is  higher  for 
the  system  with  the  lower  solid  conductivity.    This  result  dramatically  emphasizes  the  influence  of 
system  variables  other  than  x^,  x^  and  f .    These  variables  may  include  particle  description,  spatial 
distribution,  and  particle-particle  contact. 

Table  2  is  presented  to  demonstrate  the  ccmparison  between  Baxley's  model  and  experimental  data 
obtained  by  use  of  the  spherical  cell. 

TABLE  2 


Ccmparison  of  Authors'  Data  with 
Authors'  Model 
Liquid-Solid  Data 


SYSTEt'l 

^d 

Wm  -kieg  -L 

Vin  -"-deg  -'■ 

f 

1 

'^exp 
Wn--'-deg  ^ 

1 

Model 

IT  1-1 

Wm~-'-deg- 

Aluminum  Qxide-PPG 

38.9 

0.140 

0,100 

0.198 

0.166 

10°C 

0.200 

0.429 

0.219 

0.300 

0.741 

0.338 

0.400 

1.192 

0.635 

0.500 

1.840 

1.398 

Aluminum-PPG 

216 

0.137 

0.100 

0.230 

0.160 

1.7°C 

0.200 

0.465 

0.228 

0.300 

0.879 

0.610 

0.400 

1.580 

1.717 

Selenium-PPG 

5.19 

0.140 

0.100 

0.180 

0.167 

10°C 

0.200 

0.219 

0.208 

0.300 

0.315 

0.274 

0.400 

0.422 

0.374 

0.500 

0.486 

0.512 

For  data  on  other  systems  and  other  models  see  reference  [2] 


On  the  51  systems  tested,  the  authors'  model  gave  predicted  conductivities  with  a  mean  error  of 
20.5%,  an  error  variance  of  I.350  and  is  biased  below  the  experimental  value  by  an  average  of  10.95;?. 
Since  the  predictability  of  a  model  improves  as  the  mean  error  and  error  variances  are  reduced,  the 
authors'  model  is  slightly  better  than  the  best  model  of  any  previous  investigation  [10,11].  The 
mean  errors  of  all  other  models  except  the  series  model  and  Russell's  model  compare  reasonably  well 
with  the  authors'  model.    These  two  models  each  had  a  mean  error  in  excess  of  32%.    It  was  observed 
that  both  of  these  models  have  high  errors  even  for  systems  of  low  severity,  i.e.,  low  values  of 
X^/Xc  or  low  values  of  f. 

It  was  quite  unexpected  that  Jefferson's  model,  with  limiting  assumptions  of  linear  heat  flow  and 
a  cubical  array  of  spherical  particles  would  predict  conductivity  as  well  as  the  authors'  model.  It 
was  also  unexpected  that  Jefferson's  model  was  better  than  Maxwell's  model.    Prior  to  this  study,  it 
was  generally  expressed  in  the  literature  that  Maxwell's  model  was  the  best  model  for  all  types  of 
systems . 

In  general,  the  authors'  model  was  found  to  experience  larger  errors  as  severity  parameters 
X(j/X(,  and  f  were  increased.    In  thirty  of  the  57  cases  tested,  the  authors'  model  predicted  themial 
conductivity  with  a  cumulative  average  error  of  less  than  10^.    Extensive  information  on  the  liquid- 
solid  suspensions  may  be  found  in  reference  [2]. 


4.2    Liquid-Liquid  Systems 


None  of  the  theoretical  models  predicted  the  thermal  conductivity  with  consistent  accuracy.  Pre- 
dicted results  based  on  all  models  with  the  exception  of  the  authors'  gave  approximately  linear  func- 
tions of  temperature.    As  a  typical  example  of  such  behavior,  see  figure  4.    For  more  complete  results 
an  the  liquid-liquid  systems,  the  reader  is  directed  to  I'^ference  [22]. 
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The  authors'  model  was  tested  using  the- liquid-liquid  data  obtained.    It  yielded  data  with  the 
mean  error  approximately  the  same  as  for  liquid-solid  systems.    However,  Jefferson's  model  [11]  gave 
effective  theiroal  conductivity  values  at  low  volume  fractions  less  than  0.3,  with  an  error  less  than 
11.4%.    This  result  might  have  been  expected  since  Jefferson's  model  involved  the  distribution  of 
spherical  particles  in  a  cubical  section.    Research  is  presently  underway  to  improve  the  authors' 
model. 

5.  Conclusions 


A  stable,  explicit,  numerical  solution  has  been  developed  for  the  thermal  conductivity  of  three- 
dimensional,  nonhanogeneous  media.     The  model  represents  a  fresh  approach  to  the  problem  in  that  it 
simulates  heterogeneous  system  thermal  conductivity.    The  model  is  a  general  numerical  solution  to 
potential  field  problems,  and  is  particularly  attractive  for  heterogeneous  systems.    The  model  is 
therefore  not  restricted  to  heat  ccnductlon,  but  can  be  readily  extended  without  hesitation  to  any 
heterogeneous  system  property  for  which  the  Laplace  equation  is  applicable. 

The  authors '  model  was  found  to  predict  thennal  ccnductivlty  for  all  cases  with  a  mean  error, 
error  variance,  and  error  bias  of  20. %,  1.357',  and  10.95^3  respectively.    The  model  was  found  to 
predict  thermal  conductivity  slightly  better  than  the  best  model  of  previous  development  [10,11]. 

The  variance  of  the  predicted  thermal  conductivities  for  a  suspension  of  a  given  volume  fraction 
solids,  due  to  a  variety  of  solid  cube  placements,  was  found  to  be  generally  quite  small.    It  v/as  less 
than  0.010  for  69%  of  the  cases  tested.    Variances  larger  than  0.010  were  found  for  systems  with  large 
values  of  ^^jAg  and  f. 
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Figure  1     Digital  Simulation  System  Dimensions 
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Figure  2     Heat  Balance  Basic  Systan  Section 


2.54  cm. 


4.699  cm. 


Figure  3     Concentric  Sphere  Thermal  Conductivity  Cell  II 
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Measurements  of  the  Thermal  Conductivity  of 
Granular  Carbon  and  The  Thermal  Contact 
Resistance  at  the  Container  Walls 


C.  A.  Fritsch  and  P.  E.  Prettyman 

Bell  Telephone  Laboratories,  Incorporated 
Whippany,  New  Jersey 


Experimental  measurements  of  the  thermal  resistance  of  gran- 
ular carbon  in  a  brass  container  under  room  conditions  are 
presented  for  both  loose  and  compacted  states.     The  thermal 
resistance  is  described  as  consisting  of  two  parts:     the  resist- 
ance due  to  the  effective  thermal  conductivity  of  the  "continuum", 
and  a  contact  resistance  due  to  the  interface  between  a  layer 
of  granules  and  the  container  walls.     Results  indicate  that  the 
thermal  resistance  depends  on  the  packing  and,  to  some  extent, 
on  the  wall  geometry  relative  to  the  grain  size.     The  contact 
resistance  can  be  a  factor  of  2  greater  than  the  continuum 
resistance  across  a  path  corresponding  to  one  grain  diameter. 


Key  Words:     Carbon,  conductivity,  contact  conductance 
coefficient,  granular  carbon,  heat  conductivity, 
particulate  medium,   thermal  conductivity,  thermal  contact 
resistance . 


1.  Introduction 

Heat  transfer  through  particulate  media,  of  inte]?e"^t  in  innumerable  applications, 
is  generally  characterized  by  an  effective  thermal  conductivity.     The  multiphase 
system  is  treated  as  a  continuiim.     However,  in  those  situations  where  the  particles 
occupy  a  significant  percentage  of  the  transfer  path,  one  might  suppose  that  an 
additional  thermal  resistance  is  experienced  at  the  container  walls.     A  significant 
reduction  in  contact  area  may  occur  there  since  the  particle  arrangement  is  influ- 
enced by  the  wall.     Hence,  the  region  close  to  the  wall  may  more  properly  be  described 
in  terms  of  a  contact  resistance  coefficient. 

A  study  of  the  thermal  resistances  in  particulate  systems  having  large  grain 
sizes  should  be  of  interest  in  such  fields  as  packed-bed  heat  exchangers,  regenerative 
heat  exchangers,  and  ordnance  applications.     Another  is  the  standard  Bell  System 
telephone  transmitter. 

Studies  at  Bell  Telephone  Laboratories  have  indicated  that  the  thermal  response 
of  the  granular  carbon  microphone  to  the  imposition  of  a  bias  current  has  a  direct 
bearing  on  the  efficiency  of  the  microphone  as  a  transmitter.     For  an  understanding 
of  this  problem,  detailed  knowledge  of  the  thermal  resistance  of  the  granular  carbon 
and  its  container  is  necessary.     To  the  authors'  knowledge,  the  measurement  of  a 
contact  type  resistance  between  a  wall  and  a  particulate  medium  had  heretofore  not 
been  performed.  Thus  the  experimental  study  presented  here  was  undertaken  to  measure 
both  the  continuum  resistance  and  the  wall  contact  resistance  of  granular  carbon. 
Both  the  loose  and  compacted  states  for  the  system  were  considered  at  atmospheric 
pressure  and  temperatures  near  room  conditions. 


Member  of  Technical  Staff  and  Technical  Aide,  respectively. 
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2 .  Apparatus 


Radial  heat  flow  through  a  series  of  concentric  cylinders  was  first  taken  as  the 
logical  choice  for  the  experimental  configuration.     (Heat  losses  were  more  readily 
controlled  in  this  arrangement  than  in  an  apparatus  using  axial  conduction.)  The 
total  thermal  resistance  for  each  cylindrical  container  in  terms  of  the  thermal  con- 
ductivity A,  and  the  contact  conductance  coefficient  h  ,  can  be  expressed  as  follows: 


_  ln(D,/D,)   ^  _l_    ^  AT  -  (1) 

27rXL  hA  hA.  "^Q 

CO  C    1  ^ 

Where  D  denotes  the  cylinder  diameter,  A  the  area  and  L  the  length.     The  subscripts  o 
and  i  denote  the  outer  and  inner  walls,  respectively,  of  each  cavity.     To  determine 
the  resistance,  R,  both  the  radial  heat  flow,  Q,  and  the  temperature  difference,  AT, 
between  adjacent  cylinders  had  to  be  measured.     Hence,  a  monitored  wirewound  resist- 
ance heater  was  inserted  in  the  innermost  cylinder.     Thermocouples  in  a  radial  line, 
positioned  on  the  cylinders,  were  used  to  determine  the  temperature  drop. 

Measurements  for  two  different  cavities  were  used  to  obtain  two  independent  equa- 
tions for  the  simultaneous  solution  of  A  and  h^ .     Unfortunately,  the  process  of 

solving  these  two  equations  produced  a  serious  loss  in  accuracy  so  that  modification 
of  the  apparatus  was  required. 

A  vertical  cross  section  of  the  final  apparatus  is  shown  in  figure  1.     The  carbon 
granules  were  contained  in  the  annular  space  between  the  two  brass  cylinders,  and  the 
styrofoam  insulator  blocks  at  each  end.     Two  rows  of  thermocouples  were  immersed  in 
the  granular  carbon.     The  thermal  resistance  corresponding  to  the  temperature  differ- 
ences of  the  immersed  thermocouples  consisted  of  the  continuum  resistance  only,  i.e., 
from  eq  (1) , 

ln(D  /D. ) 

Once  A  was  determined  from  this  measurement  the  thermal  resistance  between  an  immersed 
thermocouple  and  one  on  a  wall  was  used  to  evaluate  h^ .     In  this  case  eq  (1)  became 

ln(D  /D. ) 

^  2TrAL  h  A 

c  o 

Placed  within  the  inner  cylinder  was  a  heater,  nichrome  wire  wrapped  on  a  phenol- 
fiber  tube.     Centrally  located  voltage  taps  were  attached  at  a  spacing  of  5 -08  cm.  A 
separate  guard  heater  was  provided  at  each  end  to  control  the  heat  losses. 

The  2.54  cm  outside-dia'meter  brass  inner  cylinder  consisted  of  a  5,08  cm  centrally 
located  test  section.     A  2.54  cm  length  of  tubing  of  the  sam.e  diameter  was  glued  with 
an  epoxy  cement  to  each  end.     The  inner  cylinder  was  made  in  three  electrically  iso- 
lated pieces  to  allow  differential  thermocouple  readings.     The  wall  thickness  was 
0.159  cm  (1/16  inch) . 

The  7.62  cm  outside-diameter  brass  outer  cylinder  had  a  wa,ll  thickness  of  O.159  cm 
and  was  10. 80  cm  long.     The  outside  surface  was  painted  flat  black  to  maximize  the 
radiative  heat  transf.er  from  the  cylinder. 

Chromel-alumel  thermocouples  were  positioned  in  two  vertical  planes  90  degrees 
apart.     Most  of  the  thermocouples  were  in  the  plane  illustrated  in  figure  1.  The 
principal  thermocouple,  designated  REP,  was  attached  to  the  center  of  the  test  section, 
A  similar  row  of  two  thermocouples  was  placed  in  the  annulus  at  90  degrees  to  the 
vertical  plane  containing  FffiF .     The  actual  positions  of  the  resistance  measuring 
thermocouples  are  listed  in  Table  1.     These  positions  were  measured  to  within  0.025  cm 
accuracy. 
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Table  1.     Thermocouple  locations. 


Radial 

Thermocouple 

Position 

Azimutha-1  Position 

Designation 

Location 

(cm) 

w .  r . t .  REF 

KEF 

Test  section 

1 .27 

Carbon  medium 

1 .70 

90° 

5 

Carbon  medium 

2  .77 

90  ° 

r 
D 

Carbon  medium 

1-75 

0 

7 

Carbon  medium 

2.81 

0° 

9 

Outer  cylinder 

3.66 

0° 

Thermocouples  at  the  extremities  of  the  inner  cylinder  were  used  to  adjust  the  guard 
heaters.     An  additional  couple  was  placed  in  the  90  degree  plane  for  tests  for  varia- 
tion around  the  test  section.     Couples  were  added  at  the  ends  of  the  outer  cylinder 
to  indicate  the  extent  of  axial  variations. 

The  REF  thermocouple  was  connected  through  a  Leeds  and  Northrup  ten-position 
thermocouple  switch  to  an  ice  junction  and  differentially  to  each  thermocouple  in  the 
system.     A  Leeds  and  Northrup  K-3  potentiometer  and  a  type-E  galvanometer  were  used 
to  read  the  EMFs. 

The  input  to  the  portion  of  the  heater  under  the  test  section  was  measured  by  two 
Simpson  voltmeters.     The  current  was  calculated  by  measuring  the  voltage  drop  across 
a  10  ohm  resistor  in  series  with  the  heater.     The  voltage  was  measured  by  using  the 
voltage  taps  on  the  test  section  heater. 


3.     Characterization  of  Medium 

Western  Electric  Company  standard  telephone  transmitter  carbon,  sieve  size  -55  to 
+70,  was  used  in  these  studies.     Figure  2  is  a  photomicrograph  of  the  granules  with 
a  25  IJ-m  (one-rail)  wire  as  a  reference  scale.     The  photograph  shows  the  irregular 
shapes  of  the  granules.     The  size  and  eccentricity  of  a  statistical  sampling  of  the 
carbon  is  given  in  figure  3^- 

First  the  density  of  the  granular  carbon  in  both  loose  and  totally  compacted 
states  was  determined  in  a  50  cm3  graduated  cylinder  and  with  a  calibrated  balance. 
The  loose  state  was  accomplished  by  putting  carbon  in  the  graduated  cylinder  and 
gently  tumbling  the  graduate  end-over-end  a  number  of  times.     The  volume  was  observed 
and  the  carbon  weighed;  a  density  of  9OO  kg/m^  was  calculated.     The  totally  compacted 
state  was  obtained  by  tapping  the  graduate  until  no  further  change  in  volume  was 

3  o 
observed.      The  carbon  was  then  weighed  and  a  density  of  1000  kg/m    was  computed. 


Taken  with  permission  from  unpublished  work  of  M.  C.  Huffstutler,  Jr.  and  Miss  B.  T. 
Kerns  at  Bell  Telephone  Laboratories.     The  eccentricity  is  the  ratio  of  the  longest 
axis  to  the  dimension  perpendicular  to  it;,  on  the  same  siirface. 

After  the  rather  mild  tapping,  no  further  effect  was  produced  by  striking  the 
graduate  vigorously. 
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Then,  measurements  were  made  with  the  carbon  granules  in  various  states  of  com- 
paction from  loose  to  totally  compacted.     The  loose  state  was  attained  by  carefully 
filling  the  annular  space  between  the  test  section  and  the  outer  cylinder ,  leaving 
a  small  space  at  the  top.     The  apparatus  was  then  gently  tumbled  to  loosen  the  parti- 
cles.    The  partially  compacted  state  was  accomplished  by  pouring  the  carbon  granules 
freely  into  the  annular  space  until  it  was  filled  -  pouring  tends  to  compact  the 
granules.     The  totally  compacted  state  was  achieved  by  filling  the  annular  space  while 
tapping  the  outer  cylinder,  until  no  more  carbon  could  be  added. 

The  density  of  the  partially  and  totally  compacted  states  in  the  test  apparatus 
was  determined  by  computing  the  volume  and  weighing  the  carbon  granules.     For  the 

o 

totally  compacted  state  the  computation  gave  a  density  of  1000  kg/m-^  in  agreement  with 
the  previous  determination.     The  density  of  the  loose  state  was  not  determined  from 
the  in  situ  measurements  since  the  size  of  the  small  space  left  to  insure  a  loose 
state  could  not  be  accurately  measured. 


4.     Experimental  Results 

The  experimental  results  for  the  states  tested  are  presented  in  Table  2.     The  ac- 
tual temperatures  at  each  thermocouple  location  can  be  computed  by  subtracting  the 
appropriate  temperature  differences  from  the  temperature  of  test  section,  Tj^gp-  The 

different  heat  inputs  listed  were  chosen  so  that  sufficiently  large  temperature  differ- 
ences could  be  measured,  yet  the  temperature  of  the  continuum  never  exceeded  4l  deg  C. 
The  temperatures  read  differentially  with  Tj^^p  were  accurate  to  within  0.05  deg.  Con- 
sequently, the  other  temperature  differences  could  be  as  much  as  0.1  deg  in  error. 
The  power  input  to  the  heater  was  accurate  to  within  2  percent.     All  thermocouples 
aid  voltmeters  were  calibrated  against  laboratory  standards. 


Table  2.     Experimental  measurements  and  results. 


Run 

1 

2 

3 

4 

5 

6 

7 

o 

Density  (kg/m  ) 

900 

900 

900 

960 

960 

1000 

1000 

Heat  input,  Q  (watts) 

0,797 

0 

797 

0.440 

0 

838 

0 

445 

0 

445 

0.442 

Tref  (deg  C) 

38.39 

38 

39 

33.17 

40 

28 

34 

72 

32 

78 

33.00 

Tref  -  (deg) 

2.81 

2 

88 

1.64 

2 

62 

1 

68 

1 

58 

1.51 

T4  -  (deg) 

5.21 

5 

22 

2.80 

4 

79 

3 

06 

2 

73 

2  .67 

Tree  "  ^6  (^^s) 

2.73 

2 

74 

1.62 

2 

71 

1 

69 

1 

50 

1.56 

Tg  -  T^  (deg) 

4.83 

4 

94 

2.81 

4 

88 

2 

94 

2 

67 

2.53 

T^  -  T^  (deg) 

2.89 

2 

90 

1.67 

2 

88 

1 

86 

1 

55 

1.54 

^(4_5)   (W  m"^  deg 

0.232 

0 

232 

0.241 

0 

266 

0 

222 

0 

247 

0.251 

^(6-7)    (^  ^'^ 

0.246 

0 

239 

0.234 

0 

256 

0 

225 

0 

247 

0.260 

(W  m"^  deg 

370 

430 

230 

260 

160 

390 

270 
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Equations  (2)  and  (3)  were  used  to  compute  the  values  of  A  and       .     The  A  values 

were  determined  using  two  adjacent  thermocouple  readings  in  the  continuum^  e.g.^  T^^ 

and       ,  or  Tr  and  T„ .     (In  this  determination^  the  contact  resistance  terms  v;ere 

omitted  since  the  30  gauge  thermocouple  wires  -  25O  M-m  in  diameter  -  were  about  the 
same  size  as  the  carbon  granules  and  hence  did  not  act  like  a  wall.)     The  average 
value  of  A  from  each  run  was  used  to  determine  h^  with  the  temperature  difference  of 

Ty  minus  Tq  in  eq  (3) • 


5.     Experimental  Error  Analysis 
The  possible  sources  of  experimental  errors  in  radial-flow  thermal  conductivity 

r    1  4 

apparatus  have  been  carefully  described  by  Flynn  [IJ   .     Of  these  sources ^  some  can  be 
shown  to  be  negligible  while  some  contribute  only  to  the  absolute  uncertainty. 

Considering  first  the  question  of  whether  or  not  steady-state  had  been  reached 
when  the  measurements  were  taken  ,    most  of  the  runs  were  made  at  least  5  hours  after 
the  heaters  were  turned  on.     However,  in  some  cases  the  apparatus  was  left  operating 
overnight  resulting  in  essentially  no  change  in  the  measured  parameters. 

The  length  of  the  test  section  as  determined  by  the  location  of  the  voltage  taps 
was  measured  to  within  2%.     This  factor  affects  the  absolute  uncertainty  only  since 
it  was  constant  for  all  runs.     The  relative  radial  location  of  the  inner  and  outer 
cylinders  was  measured  to  the  same  accuracy.     Hence,  an  eccentricity  of  O.O3  was 
possible.     According  to  Flynn  [l]  this  eccentricity  contributes  error  of  less  than 

O.lfo. 

In  a  given  run  the  total  power  generated  was  measured  to  within  2%.     The  location 
of  the  thermocouples  was  determined  so  that  the  logarithm  of  the  ratios  of  the  appro- 
priate diameters  varied  by  less  than  3^-     The  fact  that  the  thermocouples  were  em- 
bedded in  the  brass  cylinders  and  were  not  exactly  on  the  surface  of  the  walls  could 
account  for  less  than  0.2%  error  [1]  for  the  heat  flows  used  here.     As  mentioned  ear- 
lier, the  temperature  differences  were  accurate  to  within  0.1  deg  which  corresponds 
at  most  to  a  5^  error. 

Lastly,  since  the  outer  cylinder  was  not  guard  heated  but  rather  it  stood  ver- 
tically in  air  one  might  rightfully  ask  what  were  the  effects  of  axial  heat  fi.ow. 
The  inverse  of  our  situation  was  solved  by  Flynn  [l]  but  his  results  are  also  applicable 
here.     Using  the  temperature  differences  measured  by  the  thermocouples  placed  on  the 
ends  of  the  outer  cylinder  the  maximum  correction  for  the  resistance  across  the  cavity 
due  to  axial  heat  flow  was  always  less  than  1%.     Since  all  the  A  values  were  determined 
from  the  thermocouples  immersed  in  the  granular  carbon,  the  actual  error  is  probably 
somewhat  less  than  1%. 

Combining  the  absolute  values  of  all  these  errors  the  maximum  amount  that  the  A 
values  could  be  in  absolute  error  is  13^-     The  relative  error  within  a  given  run  is 
8%.     Since  the  contact  resistance  was  on  the  order  of  one  tenth  of  the  total  thermal 
resistance  measured,  the  error  in  measuring  h    would  be  amplified  by  a  factor  of  10. 


6.     Discussion  of  Results  and  Conclusions 

The  averages  of  the  measured  thermal  conductivitj'"  of  granular  carbon  for  the 
loose  state  (900  kg/m^),  the  partially  compacted  state  (9^0  kg/m3)  and  the  totally 

compacted  state  (1000  kg/m^)  were  0.237,  0.244  and  O.25I  W  m~    deg"""-,  respectively. 
These  values  indicate  an  increase  in  A  almost  in  proportion  to  the  increase  in  density 
(compaction).     Due  to  the  scatter  in  h^ ,  no  trend  in_that  ccpefficient  could  be  ascer- 
tained.    However,  the  average  value  is  about  300      m~^  deg"-*-.     This  value  of  h^ 

corresponds  to  a  thermal  resistance  at  the  wall,  a  factor  of  2  greater  than  the  con- 
tinuum resistance  across  a  path  corresponding  to  one  grain  diameter. 


Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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It  is  of  interest  to  compare  the  measurements  reported  here  to  some  of  the  ana- 
lytical models  for  thermal  conductivity  of  particulate  media.     Apparently,  all  of  the 
analytical  description  had  assumed  at  most  point  contact  between  the  solid  particles 
immersed  in  a  fluid.     The  exact  solution,  such  as  that  by  Deissler  and  Boegli  [2], 
have  considered  idealized  grain  shapes  and  have  computed  the  attendant  temperature 
profiles.     The  approximate  solutions,  such  as  that  of  Russell   [3],  have  considered  the 
heat  to  flow  in  parallel  through  the  discontinuous  (solid)  and  continuous  (fluid) 
phases  and  then  in  series  through  the  fluid  phase.     The  heat  flow  through  a  continuous 
aggregate  of  solid  is  neglected.     Godbee  and  Ziegler  [4]  have  modified  Russell's  equa- 
tion to  account  for  a  statistical  distribution  of  particle  sizes.     They  have  also 
taken  into  account  free  molecular  effects  in  gases  for  sufficiently  small  grain  sizes 
and  low  pressure. 

For  the  conditions  of  interest  here  the  free  molecular  effects  can  be  neglected, 
A  calculation  of  the  Godbee  and  Ziegler 's  statistical  parameter,  a,  for  the  distribu- 
tion of  figure  3  yields,  a  =  0.99,  and  for  values  of  a  near  unity  the  Godbee  and 
Ziegler  model  reduces  to  Russell's  equation.     In  addition,  for  large  ratios  of  solid 
conductivity  to  fluid  conductivity  (here,  it  is  nearly  l600)  Russell's  equation  becomes 
independent  of  the  solid  conductivity  yielding. 


A  =  A  . 

air 


where        is  the  volume  fraction  of  solid.     Taking  the  solid  density  of  the  carbon 

o 

grains  to  be  22k0  kg/m-^  one  obtains        =  0.4  for  the  loose  state.     Hence,  Russell's 

equation  predicts  A  =  0.10  W  m      deg     .     As  in  other  studies,  Russell's  equation 
underpredicts  A  by  a  factor  of  2.4  for  the  loose  state.     It  is  quite  possible  that 
this  difference  can  be  attributed  to  the  existence  of  solid  to  solid  conduction  that 
was  neglected  in  the  analytical  models. 

An  interesting  aspect  of  this  study  comes  out  of  the  thermal  resistance  values 
between  the  test  section  and  thermocouples  4  and  6.     If  one  applies  the  values  of 

tabulated  in  Table  2  to  eq  (3)  with  A^  replaced  by  A^  and  calculates  a  value 

of  A  for  this  region,  a  value  of  about  0.34  W  m  "'"  deg  is  obtained.  (Conversely,  if 
one  takes  the  values  of  A^2^_j-j  or  A^g_^^  and  tries  to  compute  ^^^^^^^  or  ^^^g)  he  will 

find  that  h^  will  be  negative.)     Apparently  the  thermal  resistance  in  this  apparatus 

is  a  function  of  radial  position.     Note  that  the  A  value  of  0.34  represents  a  40^  in- 
crease over  the  average  value  for  the  loose  state.  Hence,  such  a  marked  change  cannot 
be  attributed  to  experimental  error.     In  addition,  this  "inconsistency"  was  present 
in  all  of  measurements  made  in  this  work.     Deissler  and  Boegli  [2]  made  experimental 
measurements  of  the  temperature  as  a  function  of  radius  and  their  reported  values 
indicate  that  A  is  independent  of  radius.     However,  their  ratio  of  grain  size  to  wall 
radius  was  a  factor  of  20  smaller  than  the  condition  considered  here. 

Since  the  design  of  this  experiment  was  not  sufficient  to  assess  this  effect  the 
answer  must  come  from  future  studies.     A  study  could  center  around  two  precisely 
instrumented  cylindrical  apparatus  arrangements,  one  consisting  of  a  row  of  several 
thermocouples  immersed  in  the  continuum  at  small  and  large  radii,  the  other  a  series 
of  concentric  cylinders  at  the  same  radial  positions  as  the  thermocouples  in  the  first 
apparatus.     The  measurements  from  the  first  apparatus  for  the  effective  thermal  con- 
ductivity at  each  radial  section  could  then  be  used  in  the  second  apparatus  to  deter- 
mine h  ,  as  a  function  of  radial  position.     Because  Western  Electric  standard  carbon 
c  ^ 

is  precision  manufactured  and  of  a  narrow  distribution,  this  medium  is  a  good  candi- 
date for  such  future  studies. 

In  summary,  the  thermal  conductivity  of  granular  carbon  has  been  measured  and 
the  presence  of  a  thermal  contact  resistance  at  a  wall  has  been  demonstrated.  The 
wall  contact  resistance  is  important  only  when  a  single  grain  occupies  a  significant 
portion  of  the  heat  transfer  path  between  container  walls.     A  dependence  of  these 
coefficients  on  radius  of  curvature  of  the  multiphase  system  seems  to  exist. 
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Figure  1.     Vertical  Cross  Section  of  Experimental  Apparatus. 
1.     Guard  heaters.     2.     Test  section  heater. 

3-     Voltage  taps.     4.     Annular  cavity  for  granular  carbon.     5-  Outer 
brass  cylinder.     6.     Thermocouples.     7-     Inner  brass  cylinder.     8.  Styro- 
foam  insulator.     9-     Phenolfiber  alignment  tubes.     10.     Support  blocks, 

701 


Figure  2. 


Photomicrograph  of  Typical  Carbon  Granules 


ECCENTRICITY  AVERAGE  DIMENSION, /im 


Figure  ^.     Size  and  Eccentricity  Distribution  of  Granular  Carbon. 
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The  Thermal  Conductivity  of  Thoria  Powder  From  1*00°  to  1200°Ci 
In  Various  Gases  At  Atmospheric  Pressure 

A.  D.  Feith^ 

Nuclear  Materials  and  Propulsion  Operation 
General  Electric  Company- 
Cincinnati,  Ohio  ii5215 


The  thermal  conductivity  of  powdered  thoria  at  13%  of  theoretical  density  was 
measured  in  a  radial  heat  flow  apparatus.     Several  different  types  of  gas  (He, 
He  +  32%  N„,  Ar)  were  introduced  into  the  powder  matrix  to  study  the  effect  of  the 
conductivity  of  the  gas  phase  on  the  conductivity  of  the  compact.    The  results  of 
this  work  indicate  that  the  thermal  conductivity  of  the  system  varies  only  slightly, 
if  at  all,  from  one  gas  to  another,  but  considerably  lower  conductivity  values  are 
obtained  when  the  pore  phase  is  evacuated.    With  a  gas  present,  values  of  about 
1.25  Wm~^  deg        at  ItOO  °C,  1.05  Wm"!  deg"    at  1000  °C ,  and  1.5  Wm~-'-_Jeg-l_jt 
1200    C  were  obtained  whereas  in  vacuum  the  values  were  about  0.5  Wm~    deg      in  the 
hOO      to  750    C  temperature  range.    The  estimated  precision  of  the  data  including 
the  effect  of  the  different  gases  was  about  ±10?. 

Key  Words:     Conductivity,  gaseous  atmospheres,  radial  heat  flow,  powder,  thoria. 


1.  Introduction 

The  purpose  of  this  work  was  to  determine  the  thermal  conductivity  of  thoria  powder  which  was 
vibra-packed  to  75?  of  theoretical  density  and  to  determine  the  effect  of  the  type  of  gas  present  in  the 
voids  on  the  thermal  conductivity  of  the  compact.    Although  the  results  of  this  study  are  to  be  applied 
to  production  engineering  problems,  they  may  also  contribute  to  the  understanding  of  heat  flow  in  powder- 
gas  systems  at  high  volume  fraction  solid.    A  detailed  study  by  Godbee  (l)^  on  MgO,  ZrOg,  and  AI2O2 
powders  of  considerably  lower  voliime  fraction  solid  than  used  in  this  study  demonstrates  that  the  con- 
ductivity of  a  powder-gas  system  can  be  predicted  from  the  conductivity  of  the  solid  and  the  conduc- 
tivity of  the  gas.     The  success  of  such  a  prediction  is  based  on  the  knowledge  of  several  other  param- 
eters including  particle  size,  shape,  and  distribution;  contact  area  and  inter-particle  spacing.  It 
may  be  concluded  from  a  discussion  by  Kennard  (2)  that  in  powder-gas  systems  where  the  inter-particle 
spacing  is  very  small  the  conductivity  of  the  system  is  not  dependent  upon  the  thermal  condiictivity  of 
the  bulk  gas  but  rather  on  the  free  molecular  conduction.     The  results  of  this  current  study  which  are 
described  below  seem  to  confirm,  qualitatively  at  least,  this  latter  concept.  , 


2 .  Equipment 

The  measurements  described  in  this  report  were  performed  in  a  radial  heat  flow  apparatus  which  has 
been  previously  described  in  detail  (3).     The  equipment  was  developed  specifically  for  measuring  the 
thermal  conductivity  of  solid  materials  in  inert  or  reducing  atmospheres.    Previous  measurements  on 
relatively  high  density  compacts  of  Zr02,  UO2 ,  BeO,  and  Mo  (it, 5),  have  been  shown  to  be  reproducible 
and  in  good  agreement  with  the  work  of  other  laboratories.     The  estimated  precision  of  the  apparatus  is 
about  ±6%  above  1000  °C.     However,  the  precision  is  more  nearly  ±10?  below  1000    C.    Due  to  the  nature 
of  the  specimen  used  in  this  study,  some  modifications  in  the  usual  experimental  setup  and  procedures 
were  necessary;  these  are  described  below. 


^Xhis  work  was  performed  under  U.S. A. E.G.  Contract  No.  AT(07-2)-l. 
^Principal  Engineer 

Figures  in  parentheses  indicate  the  literature  references  at  the  end  of  this  paper. 
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3.     Si^ecimen  and  Container 


Property  measurenients  on  powdered  materials  pose  many  probleins  which  are  not  associated  with  solid 
materials.     Tlie  major  problem  is  to  maintain  the  geometric  requirements  of  the  measuring  system.  For 
the  radial  heat  flow  system,,  it  io  necessary  to  contain  the  powder  in  a  cylindrical  can  with  a  center 
hole  of  a  specific  size  to  fit  the  apparatus.     The  specim^en  container  used  in  this  study  is  shown  in 
detail  in  figure  1.    Thermocouple  wells  were  placed  at  three  different  radial  locations  in  a  plane 
parallel  to  the  centerline  of  the  can  to  avoid  having  them  in  the  same  radial  plane  thereby  minimizinp; 
the  effect  of  the  presence  of  the  tubes  on  the  geometry  of  the  isotherms.     One  additional  tube  extended 
from  the  top  of  the  can  to  facilitate  the  required  changes  in  the  atmosphere.     Careful  measurements  of 
the  radial  positions  of  the  ends  of  the  tliermocouple  wells  were  made  prior  to  filling  the  can  with  the 
pov/der.     These  measurements  were  necessary  for  the  determination  of  the  value  Inlrg/r^)  which  is  used 
in  calculating  the  thermal  conductivity  (3). 

The  free  volume  of  the  can  was  determined  by  weighing  it  empty  and  then  filled  with  distilled  water, 
correcting  the  density  of  the  water  for  its  temperature.     The  amount  of  Th02  powder  required  to  give  an 
average  density  of  75?  to  B0%  of  theoretical  density  was  determ.ined  from  the  free  volume.    A  vibrational 
packing  system  was  then  used  to  load  the  powder  in  the  can.     The  resulting  specimen  had  a  gross  density 
of  1^.02%  theoretical.     Radiographs  were  made  to  determine  that  the  therm.ocouple  wells  were  still 
located  in  their  original  positions. 

A  T;,'pe  30h  stainless  steel  extension  tube,  sufficiently  long  to  protrude  through  the  top  of  the 
furnace,  was  welded  to  the  can.     This  tube  was  then  connected  to  a  manifold  v/hich  had  gas  and  vacuun 
facilities  connected  to  it.     The  manifold  also  had  a  vent  to  the  atmosphere  so  that  the  pressure  of  the 
gas  in  the  can  would  remain  close  to  one  atmosphere  (see  figure  2). 

The  gases  were  supplied  from  individual  bottles  which  could  be  exchanged  while  the  system  was 
evacuated.    Valving  in  the  manifold  isolated  the  gas  system  from  the  vacuum  system.     Flow  rates  of  the 
gases  were  adjusted  by  use  of  a  metering  valve  in  the  manifold  and  a  valve  in  the  vent  line  so  that  a 
pressure  slightly  above  one  atmosphere  ("^765  Torr)  was  m:aintained  in  the  manifold.     A  portable  mechan- 
ical vacuum  pump,  having  a  piumping  speed  of  h23  liters/min.,  was  used  to  exhaust  the  system  to 
3.5  X  10~"2  Torr  when  changing  from,  one  gas  to  another.     Two  or  three  purges  were  made  each  time  the 
gas  was  changed. 


3.1.     Thoria  Pov/der 

The  specimen  material  used  in  this  work  had  the  particle  size  distribution  listed  in  table  1. 
Vfhile  this  is  not  a  fine  powder,  about  751^  of  the  particles  are  less  than  150  microns  in  diameter. 


Table  1.     Particle  size  distribution  of  thoria  powder  (typical) 


Sieve  Size 

Particle  Size  (mm) 

-325 

O.OUlt 

30 

5 

-200  +325 

0.07^* 

17 

-100  +200 

0.11+9 

27 

5 

-50  +100 

0.297 

17 

5 

-20  +50 

0.8)iO 

6 

5 

+20 

0.8i*0 

1 

h .  Thermocouples 

Calibrated  chromel-alumel  thermocouples,  constructed  from  0.025^  cm  diameter  wire  and  insulated 
with  alumina,  were  used  to  measure  the  temperature  in  the  thermocouple  wells.     These  thermocouples  were 
constructed  in  a  manner  such  that  the  beads  entered  the  small  diam.eter  tube  at  the  bottom  of  the  wells . 
Calibration  indicated  that  the  couples  were  in  agreement  with  each  other  and  within  1    C  of  a  standard 
couple  up  to  800  °C,  2  °C  at  800°  and  900  °C ,  and  3  °C  at  1000  °C .    Above  1000  °C  the  departure  from 
the  standard  increased  and  some  variations  in  the  couples  occurred.    The  indicated  tem.peratures  during 
test  were  corrected  by  the  calibration  errors  in  determining  the  true  temperatures  and  temperature 
differences  in  the  specim.en. 


704 


5 .     Test  Procedure 


The  specimen  was  loaded  into  the  furnace  and  the  thermocouple  and  gas  connections  were  made.  Helium 
was  introduced  into  the  furnace  volume  surrounding  the  specimen  container  while  the  specimen  container 
was  being  evacuated  overnight.     The  pressure  in  the  can  reached  3.5  x  10~2  Torr  as  a  result  of  this  piomp 
down.     Helium  was  then  introduced  into  the  specimen  container  until  an  equilibrium  pressure  of  about 
765  Torr  was  reached.     The  system  was  evacuated  again  and  refilled  with  helium  before  bringing  the 
specimen  to  temperature. 

After  maintaining  the  furnace  at  TOO  °C  overnight,  measurements  were  made  in  the  700°  to  IO5O  °C 
temperature  range  on  heating  and  in  the  6OO    to  hOO    C  range  on  cooling.     These  values  are  shown  in 
table  2  and  in  figure  3. 

-2 

Measurements  were  also  performed  with  the  specimen  evacuated  to  about  3.5  x  10      Torr  in  the  tem- 
perature range  of  ^+30    to  750    C  in  order  to  establish  a  value  for  the  conductivity  of  the  powder  phase 
alone  and  to  provide  a  basis  for  determining  the  effect  of  the  different  atmospheres.    The  values 
obtained  in  vacuum  are  also  shown  in  table  2  and  figure  3. 

Following  the  vacuum  measurements,  tests  were  performed  using  a  gas  mixture  of  He  +  52^  (v/o). 
The  mixed  gas  was  changed  twice  by  cycling  from  vacuum  to  gas  a  total  of  three  times  before  measurements 
were  made.     During  this  time  the  center  heater  was  energized  and  qualitative  observations  were  made  of 
the  voltage  drop  and  current  in  the  heater,  and  measurements  of  the  specimen  AT  were  made.    When  the  gas 
was  evacuated,  the  AT  in  the  specimen  increased  and  the  operating  temperature  of  the  center  heater  rose 
causing  a  larger  voltage  drop  due  to  its  higher  resistivity  at  the  higher  temperature.  Re-introducing 
the  gas  caused  the  operating  conditions  to  restore  the  same  values  obtained  in  the  previous  observation. 
This  exercise  provided  qualitative  evidence  that  the  gas  did  permeate  the  powder  matrix.  Quantitative 
evidence  was  given  by  the  conductivity  data.     Measurements  with  the  mixed  gas  present  were  made  during 
heating  and  cooling  between  UOO    and  1200    C.     These  data  are  shown  in  table. 2  and  figure  3. 

A  second  set  of  measurements  was  obtained  in  helium  from  U00°  to  1200  °C.    The  data  below  1000  °C 

for  this  run  indicate  that  virtually  no  change  occurred  in  the  conductivity  as  a  result  of  the  prior 

thermal  cycling;  however,  the  data  in  the  1000    to  1150    C  range  were  somewhat  higher  ('^'20^)  than  when 
He  +  52^  N_  was  present. 


5.1.    Additional  Measurements 

After  completing  the  above  measurements  and  observing  that  the  type  of  gas  made  little  difference, 
measurements  were  made  using  100%  nitrogen  and  then  argon.     These  gases  have  much  lower  thermal  con- 
ductivities than  those  previously  used,  as  shown  in  table  3.    The  results  of  the  measurements  in  these 
two  gases  are  compiled  in  table  2  and  figure  3. 


5.2.    Discussion  of  Results 

The  data  in  table  2  have  been  summarized  by  drawing  a  smooth  curve  through  each  set  of  data  and 
are  tabulated  in  table  h  at  even  increments  of  temperature  to  shov;  the  quantitative  effect  of  the  gas. 

It  will  be  observed  that  the  conductivity  of  the  compact  (with  a  gas  present)  varies  a  maximum  of 
±10^  about  a  mean  value  for  any  temperature  regardless  of  the  type  of  gas  present.     If  this  system  were 
sensitive  to  the  conductivity  of  the  gas  and  obeyed  the  model  proposed  by  Godbee  (1),  the  conductivity 
at  500  °C  would  vary  from  1.91  Wm"-'-  deg-1  for  helium  down  to  0.37  Wm"-'-  deg"-'-  for  argon  or  a  ratio  of 
approximately  6  to  1;  this  was  not  experienced  in  this  study. 

Close  examination  of  the  data  in  table  2  may  cause  speculation  that  the  conductivity  of  the  compact 
was  changing  with  time  and  temperature  cycling  since  the  final  measurements  in  heliiim  (2nd  cycle  on 
cooling)  are  higher  by  about  25^  in  the  1000    to  1050    C  range  than  the  initial  values  in  the  mixed  gas. 
This  is  probably  due  to  experimental  error  rather  than  densif ication  by  sintering.     Separate  studies  on 
similar  systems  indicated  that  sintering  does  not  occur  at  temperatures  below  1500  C. 

A  review  of  the  literature  describing  thermal  conductivity  studies  performed  on  two-phase  (powder- 
gas)  compacts  (l)  suggests  that  the  effect  of  the  conductivity  of  the  gas  may  be  limited  by  the  distances 
between  the  solid  particles.     It  could,  in  fact,  cause  the  gas  to  behave  in  three  distinctly  different 
modes  as  a  heat  conductor. 

1.  Where  the  spacing  between  the  particles  is  large  in  relation  to  the  mean  free  path  of  the  gas, 
the  contribution  of  the  conductivity  of  the  gas  would  be  that  of  the  bulk  gas. 

2.  Where  the  spacing  is  very  small  in  relation  to  the  mean  free  path,  i.e.,  approximately  equal 
to  it,  especially  surrounding  the  points  of  contact  between  the  particles,  the  thermal  trans- 
port is  more  closely  related  to  the  free-molecular  heat  conduction  which  has  been  shown  by 
Kennard  (2)  as  being  related  to  the  specific  heat,  pressure,  and  temperatiire. 
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Table  3.    Thermal  conductivity  of  gases  at  one  atmosphere  of  pressure 

(Wm-1  deg~l) 


Temt) 
Temp., 

Argon 

a) 

(a) 

Nitrogen 

He 

+  52%  n^^^' 

Helium^^^ 

ilOO 

3 

.27  X 

-2 

10 

U 

p 

.80  X  10 

10 

_2 

.9  X  10 

27 

0  X  10" 

1*50 

3 

M 

5 

.05 

11 

6 

28 

5 

500 

3 

.60 

5 

.28 

12 

2 

29 

9 

550 

3 

.76 

5 

.52 

12 

8 

31 

3 

600 

3 

.91 

5 

.75 

13 

1* 

32 

7 

650 

h 

.05 

5 

.97 

ll* 

0 

3U 

1 

TOO 

h 

.19 

6 

.19 

lit 

6 

35 

5 

750 

h 

.30 

6 

.1*0 

15 

2 

36 

9 

800 

h 

.hi 

6 

.61 

15 

8 

38 

2 

850 

h 

.60 

6 

82 

16 

I4 

39 

6 

900 

h 

■  Ih 

7 

02 

17 

0 

Uo 

9 

950 

k 

.88 

7 

22 

17 

6 

1*2 

2 

1000 

5 

.01 

7 

1*3 

18 

2 

1*3 

6 

1050 

5 

.15 

7 

6h 

lo 

8 

1*1* 

9 

1100 

5 

.28 

7 

85 

19 

1* 

1*6 

2 

1150 

5 

.i+1 

8 

Yd 

20 

0 

hi 

5 

1200 

5 

.5^ 

8 

20 

20 

6 

1*8 

8 

1250 
1300 

5 
5 

.68 
.81  X 

10-2 

8 
8 

-2 

79  X  10 

21 
21 

8  X  10 

50 
51 

0  _2 
1*  X  10 

(a)  Powell,  E 

.  W., 

Ho,  C. 

Y.  and  Liley,  P. 

E., 

"Thermal  Conduc 

tivity  of 

Selected  Materials,"  NSRDS-KBS-8,  U.S.  Dept.  of  Commerce,  National 
Bureau  of  Standards,  Nov.  I966. 
(b)  After  Wright,  J.  M.,  "Calculated  Thermal  Conductivities  of  Pure  Gases 
and  Gaseous  Mixtures  at  Elevated  Temperatures,"  AECD-1*197 ,  Hanford 
Works,  Richland,  Wash.,  Dec.  1955.     Computerized  by  R.  Pugh,  GE-NMPO. 


Table  1*.    Thermal  conductivity  of  powdered  thoria  at  75? 

theoretical  density  with  various  gas  atmospheres 
(Wm-1  deg-1) 


Temp .  , 
°C 

Helium 

He  + 

52f.  N^ 

Nitrogen 

Argon 

Vacuum 

1*00 

1.28 

1 

30 

1.22 

1.07 

0.1* 

500 

1.22 

1 

22 

1.18 

1.01 

0.1*3 

600 

1.19 

1 

16 

1.07 

1.00 

0.1+7 

TOO 

1.18 

1 

13 

l.Ol* 

1.05 

0.5 

800 

1.18 

1 

13 

1.03 

1.25 

900 

1.22 

1 

17 

1.06 

1000 

1.28 

1 

22 

1100 

1.37 

1 

32 

1200 

1.50 

1 

U6 

TbT 


TIT  Values  from  smooth  curve  through  each  set  of  data, 
(b)  At  approximately  3.5  x  10~2  Torr. 


3.    At  intermediate  particle  spacings  there  would  be  conduction  by  both  mechanisms. 

When  relating  the  considerations  above  to  the  system  under  study,  it  is  reasonable  to  consider  the 
structure  as  having  a  random  distribution  of  particle  spacings  ranging  from  contact  to  several  hundred 
microns.     Extensive  measurements  and  mathematical  analyses  will  be  required  to  determine  the  statis- 
tical distribution  of  particle  spacings  and  the  contact  area  between  the  particles  to  estimate  the 
contribution  of  the  gas  conductivity  and  the  solid  conduction  in  this  system.     However,  the  results  of 
these  measurements  would  seem  to  indicate  that  the  mode  of  heat  conduction  in  the  gas  is  primarily  by 
free  molecular  heat  transport  since  differences  in  the  conductivities  of  the  system  when  filled  with 
the  various  gases  are  too  small  to  be  explained  by  the  bulk  conductivities  of  the  gases.  Furthermore, 
the  values  measured  in  vacuum  are  higher  than  would  be  expected  in  a  system  which  would  have  large 
inter-particle  distances  and  small  contact  area. 

The  recommended  values  for  high  density  (98^  of  theoretical)  sintered  thoria  (6)  are  shown  in 
figure  3  for  comparison. 
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Table  2.    Thermal  conductivity  data  for  thoria  powder  in  various  p;ases 

deg"-^) 


1st  Cycle 

2nd  Cvcle^^^ 

Temp., 

HeatinR 

Cooling 

Heating 

Coolin 

g 

Max. 

Min . 

Avg . 

Max . 

Min. 

1  Avg. 

Max . 

1  Min. 

1  Avg. 

Max . 

t  Min. 

Avg. 



Helium 

^77 
~>  I  1 

1.39 

1.10 

1.20 

386 

1.3!+ 

1.25 

1.29 

k20 

1.1(2 

1.35 

1.39 

U29 

1.10 

1.36 

1.21 

U92 

I.3U 

1.07 

1.20 

506 

1.50 

1.1+5 

1.U8 

529 

1.23 

1.06 

1.11+ 

1.26 

1.25 

I.2I+ 

708 

1 

31 

1 

07 

1.18 

711 

1 

32 

1 

09 

1.22 

1  ^  ^ 

1 

26 

1 

22 

I.2I+ 

77? 

1 

16 

1 

12 

I.1I+ 

7Q7 

1 

12 

1 

01 

1 .00 

828 

1.29 

1.25 

1.28 

989 

1 

1 

11 

1.13 

1002 

1.58 

1.33 

1.^7 

1130 

1.69 

1.39 

1.56 

1138 

1.65 

1.1+0 

1.5lt 

1181 

1.62 

1.25 

1.^5 

Vacuum 

itll* 

0.663 

0.571 

0.616 

U36 

0 

1+50 

0 

399 

0.1+23 

hk3 

0 

i+1+5 

0 

1+01 

0.1+1+2 

517 

0 

1+1+1+ 

0 

1+37 

0.1*1+0 

650 

0 

1+23 

0 

1+09 

0.1+17 

752 

0 

610 

0 

525 

0.565 

He 

+  52^ 

39it 

1 

33 

1 

12 

1.12 

1.39 

1.30 

1.35 

hk6 

1 

35 

1 

10 

1.21 

1+1+9 

1.38 

1.27 

1.32 

556 

1 

23 

1 

08 

1.15 

6II+ 

1 

25 

1 

12 

1.18 

637 

I.2I+ 

1.20 

1.22 

651+ 

1.21+ 

1.20 

1.22 

731 

1 

21+ 

1 

08 

1.15 

788 

1 

18 

1 

09 

I.II+ 

823 

1 

13 

1 

07 

1.10 

871+ 

1.37 

1.33 

1.35 

930 

1 

12 

1 

11 

1.11 

971 

1 . 27 

1 .19 

1.25 

1  ("17^ 
J.U  1  u 

1 

22 

1 

18 

1.20 

1092 

1 

25 

1 

17 

1.22 

111+7 

1 

1+0 

1 

30 

1.35 

1157 

1      )i  '7 

1 .  44 

1.1+6 

1197 

1 

63 

1 

31+ 

1.50 

1201 

1 

61 

1 

52 

1.57 

Nitrogen 

1+06 

1 

25 

1 

17 

1.22 

1+1+2 

1 

20 

1 

12 

1.17 

513 

1 

17 

1 

.05 

1.12 

529 

1 

11+ 

1 

.01+ 

1.10 

692 

1 

.13 

1 

.01 

1.08 

735 

1.06 

0.971+ 

1.02 

911 

1 

.07 

1 

.02 

1.05 

Argon 

1+60 

1 

.01+ 

1 

.03 

1.03 

582 

0 

.973 

0.91+6 

0.962 

698 

0.976 

0 

.971 

0.965 

731+ 

1 

.12 

1 

.09 

1.11 

787 

1 

.31 

1 

.28 

1.30 

(a)  Data  obtained  after  testing  with  He  +  52%  N, 
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6.     Conclusions  and  Recommendations 


The  results  of  these  measurements  indicate  that  the  conductivity  of  the  powder-gas  compact  used  in 
this  study  will  not  be  greatly  affected  by  a  change  in  composition  of  the  gas  as  long  as  the  gas 
pressure  does  not  vary.     Stated  in  another  manner,  helium  with  its  high  conductivity  does  not  signi- 
ficantly increase  the  conductivity  of  the  powder-gas  compact  over  the  values  obtained  with  argon  which 
has  a  much  lower  conductivity.     Air,  which  has  a  conductivity  approxim.ating  that  of  nitrogen,  would 
contribute  equally  as  well  as  helium  or  any  other  gas  to  the  conductivity  of  the  compact.    This,  of 
course,  assumes  that  the  system  is  dry  and  that  sorbed  water  vapor  and  other  fluids  are  kept  to  a 
minimum;  Godbee  (l)  points  out  that  such  materials  would  enhance  the  thermal  conductivity  of  the  powders. 

Further  studies  in  which  gas  pressure,  particle  size,  and  bulk  density  are  variables  may  shed  new 
light  on  the  contribution  of  the  gas  phase  on  the  conductivity  of  the  two-phase  comnact. 
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Figure  1.     Specimen  container  used  to  determine  the  thermal  conductivity  of  thoria  powder. 
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Figure  2.     Schematic  diagram  of  gas  supply  and  vacuum  system. 
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Thermal  Conductivity  of  a  58%  Dense  MgO  Powder  in  Nitrogen"*" 


J.   P.  Moore,  D.  L.  McElroy,  and  R.   S.  Graves 


Oak  Ridge  National  Laboratory 
Oak  Ridge,  Tennessee 


A  technique  for  measuring  the  thermal  conductivity  of  small  quantities 
(»3  220  cm-^)  of  powders  from  300  to  1300  °K  is  described  in  detail.     A  thorough 
analysis  is  made  of  the  determinate  and  Indeterminate  errors  of  the  technique. 

Results  of  measurements  on  a  58?=  dense  MgO  powder  in  N2  gas  as  a  function 
of  temperature  at  1  atm  absolute  gas  pressure  are  presented.     These  results  are 
compared  to  data  obtained  by  previous  investigators  for  a  similar  powder.  The 
experimental  results  and  this  comparison  reflect  serious  error  sources  for  this 
radial  technique. 

Key  Words:    Magnesium  oxide,  nitrogen,  powders,  radial  heat  flow, 
two-phase  media 


•'■Research  sponsored  by  the  U.  S,  Atomic  Energy  Commission  under  contract  with  the  Union 
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Measurements  of  the  Thermal 
Conductivity  of  Glass  Beads  in 
a  Vacuum  at  Temperatures 
from  100°  to  500°K 


R.  B.  Merrill 

Space  Sciences  Laboratory 
The  George  C.  Marshall  Space  Flight  Center 
Huntsville,  Alabama,  35812 


A  method  of  measuring  thermal  conductivity  has  been  developed  that  is  suitable  for 
measuring  evacuated  powders.    This  method  gives  consistent  results,  it  is  fast,  and  the 
initial  and  boundary  conditions  are  easily  met.    The  temperature  dispersion  during  any 
one  measurement  is  small  enough  to  make  measurements  as  a  function  of  temperature 
meaningful.    The  conductivity  was  measured  for  glass  beads  in  a  vacuum  of  at  least 
2  XlO-^'torr  {3X  10"*N/m^)  or  better  over  a  temperature  range  of  100°-  500°K.  The 
particle  sizes  used  were  lOjj  -  20ji,  38jLi  -  53/Li,  and  125jLl  -  243/i.     The  conductivity 
can  be  represented  by  an  expression  of    A.  =  AT^  +  B  where  A  and  B  are  constants  and 
T  is  the  absolute  temperature.     The  value  of  A  does  not  change  significantly  over  the 
range  in  powder  sizes  from  10/i  to  243/i. 


Key  Words:  Differentiated  Line  Heat  Source  method,  evacuated  powder, 
glass  beads,  Line  Heat  Source  method,  radiative  transfer,  temperature 
dependence,  thermal  conductivity. 


1.  Introduction 

The  theory  of  heat  transfer  through  powders  in  a  vacuum  considers  two  modes.    One  mode  in- 
volves radiative  trans  fer.    Wesselink  [  1  ]     ,  Laubitz  [2],  Schotte  [3],  and  many  others  have 
derived  theoretical  expressions  for  this  mode.    One  thing  these  expressions  have  in  common  is  that 
the  radiant  conductivity  is  proportional  to  the  temperature  raised  to  the  third  power.    The  other  mode 
concerns  solid  conduction.    Halaiian  et  al  [4]  derived  an  expression  in  which  the  value  is  nearly 
independent  of  temperature.    Watson  [5  ]  was  one  of  the  first  to  suggest  that  the  conductivity  could  be 
represented  by  the  equation 

X    =   AT^  +  B,  (1) 

where  X  is  the  thermal  conductivity,  T  is  the  absolute  temperature,  and  A  and  B  are  constants. 

The  theoretical  derived  equations  state  that  the  conductivity  should  be  temperature  dependent. 
Watson  [5  ]  assumed  this  relationship  and  measured  the  effect  of  changing  the  porosity  and  particle 
size  for  spherical  glass  beads,  olivine  powders,  and  several  other  materials.    But  Bernett  et  al  [6] 
measured  olivine  basalt  powders  and  silica  powder  and  found  little  temperature  dependence.  Recently 
Wechsler  [7  ]  has  shown  that  there  is  indeed  a  temperature  dependence.    The  above  conflicting  evi- 
dence suggests  that  the  thermal  conductivity  should  be  measured  as  a  function  of  temperature,  but 
this  is  a  very  difficult  thing  to  do.    One  reason  for  the  difficulty  is  that  the  temperature  excursion  for 
one  measurement  usually  is  so  large  as  to  obscure  the  temperature  that  properly  should  be  assigned 
to  the  measured  conductivity. 

^Physicist 

Figures  in  the  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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The  goals  of  this  research  were:    (1)  to  find  a  method  suitable  for  measuring  the  conductivity  as 
a  function  of  temperature,  (2)  to  measure  the  conductivity,  and  (3)  to  compare  these  measurements 
With  theoretic  values  and  other  measurements  reported  in  the  literature. 


The  method  used  to  make  measurements,  developed  especially  for  the  work,  is  called  the 
"Differentiated  Line  Heat  Source"  method  (abbreviated  as  DLHS).    This  method  has  the  same  geometry 
as  the  Line  Heat  Source  (LHS)  method,  but  deviates  in  that  the  temperature  change  is  differentiated 
with  respect  to  time. 

The  geometry  of  this  method  is  cylindrical,    A  long  heater  wire  runs  along  the  axis,  and  parallel 
to  it  is  a  thermocouple.    The  construction  used  to  hold  these  wires  and  leads  is  called  a  heater  and 
thermocouple  assembly.    The  container  which  holds  the  powder  and  which  supports  the  heater  and 
thermocouple  assembly  is  called  the  sample  holder. 

The  heater  and  thermocouple  assembly  is  constructed  as  shown  in  figure  1.     The  heater  is  a 
constantan  wire  one-thousandth  of  an  inch  in  diameter,  attached  to  copper  posts  on  a  glass  base.  The 
other  parallel  wire  is  an  iron-constantan  thermocouple,  also  one-thousandth  of  an  inch  in  diameter. 
The  thermocouple  junction  is  located  midway  between  the  two  posts.    The  iron  lead  is  attached  to  an 
iron  post  and  the  constantan  lead  to  a  constantan  post.    Similar  wires  run  to  the  exit  electrical  con- 
nector in  the  vacuum  system.    The  two  wires  are  about  0.  06  centimeter  apart  and  about  twenty  centi- 
meters long. 

The  supports  are  made  of  glass  and  are  bonded  together  at  both  ends  with  a  ceramic -type  cement. 
The  wire  heater  and  thermocouple  assembly  are  placed  in  the  glass  tubes  as  depicted  in  figure  2;  they 
open  into  the  vacuum  chamber  through  the  base  plate.    The  powder  is  put  into  a  container  inside  the 
vacuum  chamber,  and  the  chamber  is  evacuated.    The  tube  is  brought  to  a  temperature  of  about  500  K 
by  a  nichrome  heater  surrounding  the  tube.    To  ensure  thorough  outgassing,  the  powder  (while  still 
in  the  vacuum)  is  poured  into  the  tube  from  the  container  over  an  eight-hour  period. 

The  temperature  of  the  tube  is  controlled  by  immersing  it  in  liquid  nitrogen  or  by  heat  supplied 
from  the  nichrome  heater.     The  rate  of  temperature  change  is  controlled  by  the  radiation  shielding 
of  a  dewar,   evaporating  liquid  nitrogen,  and/or  the  heater. 

A  block  diagram  of  the  entire  measuring  system  is  depicted  in  figure  3.    The  voltage  applied 
across  the  line  heater  is  supplied  by  a  precision  d.  c.  power  supply.    Constantan  has  a  low  thermal 
coefficient  of  resistivity  so  that  the  power  input  remains  constant  during  a  measurement.    The  tem- 
perature of  the  powder  is  measured  at  the  junction  through  balancing  a  Leeds  and  Northrup  K-3  uni- 
versal potentiometer  until  a  null  condition  is  reached.    The  reference  junction  is  maintained  at  the 
triple  point  by  a  thermocouple  reference  system.    Amplifiers  (1)  and  (2)  are  Leeds  and  Northrup  d.  c. 
microvolt  amplifiers  model  9835.    The  differentiating  circuit  differentiates  the  zero  to  one-volt  out- 
put of  amplifier  (1),    Figure  4  is  a  schematic  of  the  differentiating  circuit  with  the  appropriate  values 
of  the  components  marked.    The  constant  rate  of  change  term  is  initially  bucked  to  a  null  condition 
with  potentiometer  (2),  which  is  constructed  from  a  battery  and  a  variable  resistor.    Figure  5  is  a 
typical  trace  of  a  run  by  the  strip  chart  recorder,  showing  all  the  pertinent  data  taken. 

A  series  of  runs  is  begun  as  follows.    After  the  sample  has  been  outgassed,  the  temperature  is 
changed  to  some  initial  temperature.    The  electronics  system  is  allowed  to  warm  up  and  stabilize 
during  this  time.    The  scale  factors  on  amplifiers  (1)  and  (2)  are  set  so  that  they  will  not  overrun 
during  a  test.    The  rate  of>  change  is  next  subtracted  from  the  output  of  the  differentiating  circuit  by 
setting  potentiometer  (2).    The  temperature  is  measured  by  potentiometer  (1),  and  then  the  run  is 
initiated  almost  immediately  by  applying  a  voltage  across  the  line  heater. 


2. 


Method  of  Measurement 


2.  1.  Configuration 


2.  2.     Theory  of  Measurement 


The  solution  of  the  heat  transport  equation  is  written  as 


(2) 
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where        is  the  initial  temperature,  F  is  the  heat  flux  per  unit  length  of  the  heater  wire,  X  is  the 
thermal  conductivity,  t  is  the  time,  b  is  the  separation  distance  between  the  heater  wire  and  the  ther- 
mocouple, and  a  is  the  thermal  diffusivity.    The  second  term  in  eq  (2)  is  readily  recognized  as  the 
solution  for  the  LHS  method  where  uniform  initial  conditions  prevail.    The  first  term  is  apparent  from 
Green's  method  of  solving  the  heat  transport  equations.    The  dependence  of  the  temperature  change 
due  to  the  initial  conditions  is  completely  described  by  the  function  g(t).    This  function  can  be  expanded 
in  a  Taylor's  series,  and  if  the  time  interval  is  small  enough,  the  higher  order  terms  can  be  neglected. 
This  means  that  the  solution  to  the  heat  transfer  equation  may  be  written  as 


^0  +         +  /    4.xlt-t')         C       '^^^'-''^  1  ' 


:3) 


where  the  time  is  sufficiently  small  and  where  Ag  and  Aj  are  constants. 

The  DLHS  method  considers  the  derivative  of  the  temperature  change;  hence, 

f    ^   ^1  ^    Tl^  exp(-bV4at)  (4) 

and 

X=    F  exp(-bV4at)/4  7r  (dv/dt  -  A  )t  .  (5) 


The  conductivity  can  be  measured  with  this  arrangement  while  the  temperature  is  changing  uni- 
formly.   A  typical  measurement  takes  only  a  few  minutes. 

Three  methods  are  used  to  calculate  the  conductivity.    The  first  two  are  based  upon  the  following 
considerations.    For  the  case  in  which  the  maximum  change  of  temperature  with  respect  to  time 
occurs, 

X    =  F/4,r  e(dv/dt  -  A^j^^t  (6) 


where  (dv/dt  -  Aj)^-^-^  denotes  the  maximum  change  of  temperature  with  respect  to  time  and  t^^  refers 
to  the  time  at  which  this  occurs.    The  maximum  happens  to  be  fairly  broad.    A  more  precise  way  to 
calc\ilate  the  conductivity  is  to  use  the  time  t^  where  (dv/dt  -  Aj)  =  \  (dv/dt  -  Aj)^.    This  condition 
is  satisfied  when  t^  =  0.  37337tj-^  and  when  t  ^'  =  4.  3l6tj-^.    Methods  1  and  2  now  may  be  defined  as 
follows . 

Method  1  uses  the  first  halfway  point,  t  ^  ,  so  that    X  =    0.  37337F/4  tt  e(dv/dt  -  Ai)j^  t^  . 

Method  2  uses  the  second  halfway  point,  t;^'  ,   so  that   X  =    4.  3I6F/4  7re(dv/dt  -  A^)^  t^'  . 

Method  3  involves  fitting  the  curve  expressed  by  eq  (4)  to  the  strip  chart  record.    Two  unknown 
parameters,  x^  and  x^  ,  (defined  as:    x^  =   X  and  x^  =   b^/4a)  are  found  by  this  method.    The  min- 
imized    function  is  of  the  least-squares  form,  and  the  minimization  is  performed  by  a  numerical 
method  called  "A  Variable  Metric  Minimization  Scheme"  [8,9]. 

3.  Data 

The  conductivity  versus  temperature  is  plotted  in  figures  6  through  9.    The  abscissa  is  the  abso- 
lute temperature  in  degrees  Kelvin,  and  the  conductivity  is  expressed  along  the  ordinate  in  units  of 
10"4watt  m"'  °K"^  .    The  selection  of  a  semi-log  graph  presentation  allows  all  of  the  conductivity  data 
for  one  particle  size  to  be  conveniently  located  on  one  graph.    Figure  6  i-s  a  plot  of  the  conductivity 
data  for  the  lOji  -  20jj    size  powder.    Method  2  gives  the  smoothest  data.    The  maximum  chart  reading 
for  these  measurements  was  reached  in  a  time  "tj.^"  on  the  order  of  ten  seconds.    This  means  that 
the  uncertainty  in  this  time  is  large  for  the  usual  method  1  data-reduction  procedure.    The  uncertainty 
explains  the  scatter  in  the  data.    The  initial  points  near  tj-^^  were  used  by  method  3. 
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Figure  7  is  a  plot  of  the  data  for  the  38fi  -  53jn  size  powder.    The  data  represented  by  the  half- 
moons  were  found  in  the  literature    [10]  ,    Table  1  gives  the  pertinent  properties  of  these  measurements. 


Table  1.    Glass  beads,   50ju    average  particle  size 


Method 

LHS 
Probe 

Guarded  cold  plate 


Temperature 
°K 

298 
298 
190 


Gas  Pressure 


torr 

8X10'^ 
5  X  10-* 
2  X  10-4 


N/m^ 

1  X  10-2 
7  X  10-2 
3  X  10"^ 


X  (  X  10-3) 
watt  m-i  °K-' 

2.  5 

3.  2 
1.  7 


These  values  are  greater  than  the  other  values  reported.  The  relatively  high  gas  pressure  may 
have  resulted  in  an  appreciable  gas  conduction  . 

The  data  represented  by  the  squares  were  also  found  in  the  literature  [11]  .  These  data  are  for 
44pt  -  74(J  glass  beads  at  a  pressure  of  less  than  2  X  10-'"  torr  (3x10-'*  N/m^)  and  were  gathered  by 
an  LHS  method.    The  system  was  stabilized  for  at  least  twenty-four  hours. 

Figure  8  is  a  plot  of  the  125jlX  -  243fX  data  (sample  number  5)  and  of  data  found  in  the  literature 
for  powders  in  this  size  range.  The  data  represented  by  the  half-moons  have  the  properties  as  given 
in  table  2   [lO]  . 


Table  2.     150fX   average  particle  size 


Method 

LHS 
Probe 

Guarded  cold  plate 


Temperature 
°K 

298 
298 
190 


Gas  Pressure 


torr 

3X10 
3X10 
3X10 


4  X  10"^ 
4  X  10-^ 
4  X  10-2 


X(X  10-3) 
watt  m-  '  "K"  ' 

5.  0 
5.  0 
4.  6 


The  data  represented  by  the  squares  was  also  obtained  from  the  literature  [l  1  ]  . 

Figure  9  is  a  plot  of  the  remaining  125/i  -  243  |i  data  of  sample  numbers  3  and  4.  The  solid  line 
in  this  diagram  describes  the  data  of  sample  number  5. 

The  conductivity  versus  temperature  data,  summarized  in  figures  6  through  9,  are  used  to  de- 
termine the  constants  A  and  B  of  eq  (1)  by  the  least-squares  method.    Table  3  is  a  summary  of  the 
values  of  A  and  B  for  the  various  particle  sizes.    Some  of  the  conductivity  data  appears  disjointed 
between  200°K  and  300°K.    Separate  calculations  were  made  for  all  the  data  below  and  above  300°K. 
The  quantity  represented  by  "f"  is  the  sum  of  the  squares  of  the  deviation. 
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Table  3.    Values  of  the  constants  A  and  B  found  by  the  least- squares  method 


Ps.  r  tic  1g 

Sample 

Method  of 

No.  of 

B(  X  10'^) 

A(  X  lO"  '") 

Siz  G )  jj, 

No. 

Data  Reduction 

Experiments 

watt  m~^  °K  ^ 

watt  m-  1  "K"^ 

f 

10-20* 

7 

2 

11 

.  484 

.  230 

.  0155 

10-20* 

7 

3 

11 

.  346 

.252 

.  0556 

10-20* 

7 

1 

11 

.  472 

.  276 

.  213 

38-53* 

6&8 

1 

24 

.  454 

.  327 

.  0241 

38-53** 

6&8 

1 

17 

.  153 

.  358 

.  0143 

38-53 

6gj8 

1 

7 

.  437 

.  452 

.  0083 

125-243* 

5 

41 

.  071 

.  542 

.  107 

125-243** 

5 

J 

28 

-.  132 

.  565 

.  151 

125-243-'-'"'- 

5 

1 

13 

.  0870 

.  639 

. 00034 

125-243* 

3 

27 

.151 

.310 

.00  37 

125-243* 

2 

17 

-.  093 

.  417 

. 00522 

*  All  the  data  points 

used  in  computing 

the  values 

All  the 

data  points  above  300°K  used 

in  computing  the  values 

**=}=  All  the 

data  points 

below  300°K  used 

in  computing  the 

values 

4.  Conclusions 

Method  3  gives  nearly  the  same  results  as  the  numerically  simpler  methods  1  and  2.  Applying 
the  first  halfway  point  as  in  method  1  is  useful  because  the  length  of  the  run  is  shorter,  and  hence  the 
uniform  rate  of  change  of  the  temperature,  which  is  initially  determined,  need  hold  for  a  shorter  time 
when  compared  to  method  2.    Method  2  becomes  more  useful,  however,  when  the  uncertainty  in  the 
first  halfway  point  becomes  unacceptable  as  demonstrated  by  the  conductivity  data  of  the  lOjLl  -  20/J 
powder. 

The  percent  difference  between  the  measured  and  the  calculated  conductivity  from  eq  (1),  using 
the  values  of  A  and  B  as  given  in  table  3,  is  always  within  the  estimated  random  error.  Therefore, 
the  conductivity  can  be  represented  within  the  experimental  error  by  the  expression    X  =  AT^  +  B.  The 
value  of  A  does  not  change  significantly  over  the  range  of  powder  sizes  from  lOjjL    to  243^.     This  means 
that  the  value  of  A  is  not  adequately  described  for  these  particle  sizes  by  the  theories  of  Wesselink, 
Laubitz,  and  Russell.    Laubitz's  expression  is  more  descriptive  when  Watson's  data  are  included. 
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Figure  3.    Block  Diagram  of  the  Measuring  System 
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Figure  6.    A  Plot  of  the  Conductivity  for  the  lOfX 
-  20|jl    Size  Powder 
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Figure  8.    A  Plot  of  the  Conductivity  for  the  1Z5JU 
-  243|Ll    Size  Powder  of  Sample  Number  5 
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The  Measurement  of  the  Effective  Thermal 
Conductivities  of  Well-Mixed  Porous  Beds  of 
Dissimilar  Solid  Particles  by  use  of 
The  Thermal  Conductivity  Probe 


C.  S.  Beroes  and  H.  D.  Hatters''" 

Chemical  and  Petroleum  Engineering  Department 
University  of  Pittsburgh 
Pittsburgh,  Pennsylvania  15213 


The  effective  thermal  conductivities  of  well- 
mixed  porous  beds  at  various  compositions  of  glass 
and  steel  beads  were  measured  using  two  thermal  con- 
ductivity probes.     The  interstitual  gases  were  dry 
air  and  carbon  dioxide.     The  gas  pressure  was  varied 
from  1.25  mm  Hg  to  atmospheric  pressure  at  26 °C.  The 
effects  of  volume  fraction  of  steel  in  the  steel-glass 
mixture  of  beads  is  determined  and  explained.  A 
better  understanding  of  the  energy  transfer  mechanism 
is  provided  by  analyzing  the  experimental  data  with 
respect  to  the  effects  of  the  pure  solid  thermal 
conductivities  and  the  differences  in  particle  surface. 
A  technique  has  been  developed  to  measure  the  degree 
of  mixedness  of  porous  beds  of  dissimilar  solids. 

Key  Words:     Dissimilar  solid  particles,  glass 
shot-steel  shot,  mixed  porous  beds,  thermal 
conductivity,   thermal  conductivity  probe. 


1.  Introduction 

The  measurement  of  the  effective  therinal  conductivities  of  porous 
mixtures  of  dissimilar  solid  particles  is  important  because  thermal  con- 
ductivity data  is  very  necessary  in  many  processes  where  porous  solids 
must  be  heated  or  cooled.     Furthermore,   such  data  is  important  in  insula- 
tion applications.     This  study  was  undertaken  to  establish  a  reliable 
technique  to  provide  quick,   reproducible  measurements  of  effective  thermal 
conductivities  of  said  porous  mixtures. 

The  purpose  of  this  study  described  in  this  paper  was  three-fold: 
To  determine  the  suitability  of  the  thermal  conductivity  probe  method  as  a 
means  of  measuring  the  thermal  conductivities  of  porous  mixtures  of  dis- 
similar solid  particles;   to  compare  a  rugged  thermal  conductivity  probe, 
constructed  at  the  University  of  Pittsburgh  Chemical  Engineering  Laboratory 
with  a  commercially  available  laboratory- type  thermal  conductivity  probe; 
and  to  determine  the  effective  thermal  conductivities  of  beds  of  well-mixed 
dissimilar  solid  particles,   and  relate  these  conductivity  measurements  to 
the  thermal  conductivities  of  the  pure  materials,   and  the  concentration  of 
each  material  in  the  mixture. 


"Associate  Professor  and  MS  Candidate,  respectively. 

721 


I 


2 .     Experimental  Measurements 

2.1     Measurement  Method 

The  thermal  conductivity  probe  method  was  chosen  for  thermal 
conductivity  measurements  because  of  its  quickness,    simplicity,   the  small 
volume  of  sample  required,   and  because  it  is  a  direct  method   (i.e.  it 
allows  measurement  of  thermal  conductivities  directly,   thereby,  eliminating 
the  necessity  for  specific  heat  and  density  knowledge) .     The  thermal  con- 
ductivity probe  method  has  been  used  by  many  investigators    (1,2,3)^,  and 
the  theory    (1,4)   concerned  with  its  use  is  well-known. 

2.2  Apparatus 

A  Model  CS-48  thermal  conductivity  probe  consisting  of  an  0.12"  o.d. 
bifilar  heater  coil  of  0.001"  constantan  wire  in  an  0.020"   o.d.   x  0.002" 
wall  X  8.75  long  stainless  steel  sheath  was  first  tested  in  this  service. 
An  0.0005"   X  0.005"  Chromel  "P"   thermocouple  located  at  the  midpoint 
inside  the  probe  allows  measurement  of  the  temperature  of  the  probe.  This 
probe  was  built  by  Custom  Scientific  Instruments  of  Kearney,   New  Jersey, 
and  is  a  laboratory  type  instrument  of  high  accuracy  and  reproducibility. 
Current  measurements  of  about  7.65  milliamperes  were  made  at  a  heater 
resistance  of  1,520  ohms  with  a  flux  of  approximately  0.09  watt  in  this  prob 

Instrumentation  for  this  probe  system  consisted  of  a  twelve  volt 
battery  as  a  power  supply,    a  Sanborn  Model  296  Recorder  with  a  low  level 
preamplifier  Model  350-1500  was  used  to  record  time  and  temperature.  A 
Leeds  and  Northrup  Model  8690  potentiometer  was  used  to  set  recorder  at 
full  scale  deflection  for  an  emf.  of  0.5  millivolt  and  a  Simpson  Model  260 
milllammeter  was  used  for  the  current  measurement.     A  Shallcross  resistance 
box  Model  817-B  was  used  to  control  the  current  at  the  proper  level. 

A  more  rugged  probe    (see  fig.   1)   was  constructed  at  the  University  of 
Pittsburgh  Chemical  Engineering  Laboratory  by  drawing  a  double  length  of 
thirty  gauge  constantan  wire  into  an  0.072"  o.d.  x  0.052"   i.d.  stainless 
steel  sheath  8.75"   long.     An  iron  constantan  thermocouple  was  located  at 
the  midpoint  inside  the  probe.     Current  measurements  of  about  0.25  amperes 
were  made  at  a  heater  resistance  of  4.10  ohms  with  a  resultant  energy  flux 
of  approximately  0.25  watt.     The  instrumentation  for  this  probe  was  the 
same  as  that  previously  described  with  the  following  exceptions:  A 
variable  DC  power  supply  was  used  to  replace  the  twelve  volt  battery  and 
a  Westinghouse  ammeter  replaced  the  Simpson  milliammeter.     In  both  systems, 
the  heater  circuits  were  arranged  as  shown  In  figure  2. 

A  vacuum  system  used  with  the  above  system  allowed  measurement  of  the 
effective  thermal  conductivities  of  the  porous  mixture  In  dry  air  and  car- 
bon dioxide  at  various  levels  of  pressure  from  atmospheric  to  1.25  mm  Hg 
absolute . 


indicate  the  literature  references  at  the 


Figures  in  parentheses 
end  of  this  paper. 
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3 .  Samples 


The  particulate  materials  selected  for  use  in  this  study  were  steel 
shot  and  glass  shot.     These  materials  were  selected  because  of   (a)  the 
difference  in  the  effective  thermal  conductance  of  the  pure  particulate 
systems,    (b)    their  suitability  as  typical  particulate  materials. 

Table  _1  shows  the  suppliers  and  particle  sizes.     Mixtures  of 
0,   25,   50,   75,   and  100  per  cent  steel  shot   (by  volume)  were  made  using  a 
laboratory  constructed  spouted  bed  mixer.     A  ten  hour  mixing  time  was  used 
for  all  samples. 

4.     Experimental  Procedure 

Initially,   the  sample  material  whose  thermal  conductivity  was  to  be 
measured  was  inserted  into  the  sample  hold   (reaction  kettle)   and  vibrated 
by  hand  to  insure  good  contact  between  the  probe  and  sample  material.  The 
probe  and  sample  material  were  then  allowed  to  equilibrate   (thermally)  for 
a  minimum  of  eight  hours.      (When  vacuum  runs  where  made  the  system  pressure 
was  then  reduced  and  controlled  at  the  desired  pressure  level  for  one  to 
one  and  one-half  hours  prior  to  the  measurement  of  thermal  conductivity.) 
When  the  sample  temperature  changed  less  than  0.1°F,   steady  state  conditions 
were  assumed  to  have  been  reached,   and  a  thermal  conductivity  measurement 
was  made.     The  initial  temperature  of  the  sample  was  determined,  heater 
power  applied  and  measured,   and  the  time- temperature  response  was  recorded 
for  ten  minutes.     Gas  pressure  and  heater  current  were  maintained  at 
constant  levels  throughout  the  duration  of  each  run. 

5 .     Experimental  Design 

As  previously  stated,  one  purpose  of  this  study  was  to  experimentally 
determine  the  general  effect  of  mixing  on  the  effective  thermal  conduc- 
tivities of  porous  beds  of  dissimilar  solids.     Mixtures  of  glass  shot  and 
steel  shot  were  prepared  at  0,   25,    50,   75,   and  100  per  cent  concentrations 
by  volume.     Each  of  the  above  mixtures  was  blended  for  ten  hours  using  a 
spouted  bed  mixer  in  an  effort  to  get  uniform  mixtures.     The  average 
effective  thermal  conductivities  of  these  mixtures  were  evaluated  at  ten 
levels  of  pressure   (from  atmospheric  to  1.25  mm  Hg)   in  dry  air  and  in  carbon 
dioxide  at  room  temperature.     The  average  effective  thermal  conductivities 
were  obtained  by  averaging  together  the  effective  thermal  conductivities 
taken  at  three  points  in  the  mixture. 

6.  Results 

Comparison  of  the  thermal  conductivity  probe  made  at  the  Univ.  of  Pittsburgh 
Chemical  Engineering  Laboratory  and  laboratory-type  commercially  available 
probe  was  carried  out  prior  to  conducting  the  runs  on  the  glass  shot-steel 
shot  mixtures .     Thermal  conductivity  values  obtained  with  the  two  probes  were 
identical,   and  extremely  reproducible.     iTie  reproducibility  of  the  more 
rugged  probe  is  estimated  to  be  approximately  0.2  per  cent. 

Tables  2    and  3  show  the  experimental  average  effective  thermal 
conductivities  obtained  in  this  study,   and  compares  the  experimental  values 
with  values  calculated  from: 


^eff,  mixture  ^1  \ff,sl  ^      ^2  '^eff,s2 
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where , 


k  .  =  effective  thermal  conductivity  of  the  mixture, 

eff,  mixture 

k  ,  =  effective  thermal  conductivity  of  solid 

eff, si  i.     ■    1  1 

material  1. 

k  „  =  effective  thermal  conductivity  of  solid 

eff,s2  -TO 
material  2. 

Y'  9^2  ~  volume  fractions  of  solid  materials  1  and 

2  respectively. 

It  should  be  noted  that  this  equation  allows  calculation  of  the  volume 

fractions  of  each  component  in  a  binary  system  provided  experimental  values 

for  k  .   ^       ,  k  and  k  ^.^      „  are  known, 

eff,   mixture       eff, si  eff,  s2 

From  the  experimental  data,   it  is  observed  that  the  pressure  of  the 
interstitial  gas  affects  the  effective  thermal  conductivity  of  each  of  the 
pure  particulate  components.     There  is  a  range  of  pressures  for  which  the 
effective  thermal  conductivity  is  very  nearly  constant.     Below  this  range, 
the  thermal  conductivity  decreases  rapidly  as  the  pressure  is  reduced 
toward  zero.     This  breakaway  pressure  for  constant  conductivity  is  different 
for  different  gases.     For  glass  and  steel  in  dry  air  at  26°C,   this  pressure 
as  shown  on  figure  3    is  approximately  225  mm  Hg .     On  figure  4,    for  the  same 
conditions  except  that  the  interstitial  gas  is  carbon  dioxide  instead  of 
dry  air,   the  breakaway  pressure  is  about  125  mm  Hg. 

The  observed  effects  of  pressure  can  be  explained  by  the  kinetic  theory 
of  gases.     For  the  range  where  the  pressure  has  no  effect  on  thermal  con- 
ductivity,  the  mean  free  path  of  the  gas  molecules  is  small  compared  with 
the  distances  between  the  particles  which  are  effective  in  transferring  heat. 
For  the  long  mean  free  paths  which  occur  at  low  pressures,   the  thermal  con- 
ductivity varies  with  pressure.     Deissler  and  Eian   (5)  have  developed 
equations  which  indicate  that  the  pressure  at  which  effective  thermal  con- 
ductivity begins  to  vary  with  pressure   (breakaway  pressure)   is  a  function  of 
the  Knudsen  number,   and  further,   the  effective  thermal  conductivities  of 
powders  become  nearly  independent  of  pressure  at  same  ratio  of  mean  free 
path  of  gas  molecules  to  a  characteristic  dimension  of  the  powder  particles. 

7 ,  Conclusion 

The  thermal  conductivity  probe  method  is  a  highly  reproducible  and 
accurate  technique  for  the  measurement  of  the  effective  thermal  conductivity 
of  porous  beds  of  solid  particles.     The  average  effective  thermal  con- 
ductivity of  a  mixture  of  unconsolidated  dissimilar  solids  is  closely 
approximated  by  the  weighted  average  effective  thermal  conductivity 
calculated  using  the  volume  fractions  and  the  effective  thermal  conductivities 
of  the  pure  components  under  the  same  conditions, 
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Table  1.     List  of  Particulate  Materials. 

Material  Average  Particle  Diameter  Manufacturer 

Type  405,  Glass  IV,  Microbeads  3O6  microns  Microbeads,  Inc.,  Jackson,  Miss. 

Size  S-70  Steel  Shot  3^4  microns  Pangborn  "Rotoblast" ,  The 

Pangborn  Corp.,  Hagerstown,  Md. 


Table  2 

Thermal  Conductivities  of  Mixtures 
System  I:     Steel  Shot-Glass  Shot  Mixtures  in  Dry  Air  at  26°(-3°)C. 


Eff.  Thermal  Eff.   Thermal  Eff.  Thermal 

Cond.    (kg^)  Cond.    (■ks2)  Cond.    (^eff)  Average 

of  pure  of  pure  based  on  vol.  effective 

steel  system  glass  shot  fractions  in  thermal 


Pressure  shot  (BTuAir  %  steel  system  (BTUAir  mixture  (BTU/hr  conductivity 
(mm  Hq)  (°F/in)ft2)  in  mixture  f vol.)    (°F/in)ft2)  (°F/in)  ft^)  (observed) 


75% 

1 

.78 

1 

.81 
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1.92 

50% 

1.38 

1 

.65 

1 

.67 

25% 

1 

.51 

1 , 

.53 

75% 

1 

.78 

1, 

.80 

350 

1.92 

50% 

1.38 

1 

.65 

1 , 

.68 

2  5% 

1 

.  51 

1 , 

,  51 

7  5% 

1 

.78 

1 , 

.74 

225 

1.92 

50% 

1.38 

1 

.65 

1 , 

.70 

25% 

1 

.51 

1 , 

.51 

75% 

1 

.64 

1 , 

.64 

150 

1.74 

50% 

1.34 

1 

.54 

1 , 

.55 

2  5% 

1 

.44 

1. 

.46 

75% 

1 

.52 

1. 

.  52 

75 

1.60 

50% 

1.28 

1 

.44 

1. 

.46 

25% 

1 

.36 

1 

.32 

75% 

1 

.39 

1 , 

.39 

50 

1.45 

50% 

1.22 

1 

.33 

1, 

.35 

2  5% 

1 

.28 

1 , 
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7  5% 

1 

.15 

1, 

.17 

25 

1.18 
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1.04 

1 
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1. 
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2  5% 

1 
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1. 

.08 
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0 
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0. 
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10 

0.853 
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0 

.877 

b. 

,880 
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0 

.889 

0. 

,901 
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0 
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0, 

.490 

3 

0.400 

50% 
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0 

.555 

0, 

.564 
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0 

.633 

0, 

,653 
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0 

.357 

0. 

.370 

1.25 

0.285 

50% 

0.572 

0 

.428 

0. 

.450 

25% 

0 

.499 

0. 

,556 
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System  II: 


Table  3 

Thermal  Conductivities  of  Mixtures 

Steel  Shot-Glass  Shot  Mixtures  in  Carbon  Dioxide  at  26"(-3°)C. 


£j  X  J.  •      J.  1  icr  J- iiici X 

Cj  J-  1.  •  llItrJ-HIClJ. 

Eff . 

Thermal 

Cond.  O^eff) 

Average 

J-  ^-L 
or  pure 

of  pure 

based  on  vol . 

effective 

steel  system 

Q 1  ^  s  s  sli  o  t 

fractions  in 

thermal 

pjrsssiix'© 

y  steel 

oyoUtrlU  V-tJiU/IlX- 

mixture  (BTUAir 

conductivity 

(mm  Hq ) 

\  r  /  m  j  r  XL'- } 

in  mixtuire  ( vol.) 

/oTr/-;v-,\-F-f-2\ 

( °F/in;  tt-^ ; 

(°F/in)ft2) 

(observed) 
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1 
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396 

0 

.385 

1.25 

0.341 

50% 

0.560 

0 

451 

0 

.435 

25% 

0 

505 

.0 

.526 

726 
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Figure  1.     Schematic  diagram  of  thermal  conductivity  probe 
constructed  at  the  University  of  Pittsburgh, 
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Figure  2.    Schematic  diagram  -  probe  heater  circuit. 
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Figure  4.    Effective  thermal  conductivity  versus  pressure. 

System  U:   Steel  Shot-Glass  Shot  Mixtures  with  Carbon  Dioxide 
at  Zb'itS'K. 
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Figure  3.    Effective  thermal  conductivity  versus  pressure. 

System  I:   Steel  Shot-Glass  Shot  Mixtures  with  Dry  Air 
at  26°  (±3»)C. 
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Thermal  Conductivity  Measurements  on  a 
Fibrous  Insulation  Material 


R.  R.  Pettyjohn 

General  Dynamics  Corporation 
Convair  Division 
San  Diego,  California 


Apparent  thermal  conductivities  of  a  high  temperature  fitrous  insulation  were 
determined  as  a  function  of  temperature,  pressure,  and  density.    These  measurements 
were  conducted  in  an  air  atmosphere  at  various  pressures  from  10~2  to  76O  ram  Hg, 
and  mean  temperatures  from  hOO"  to  800°K.    Specimen  densities  were  varied  from  55 
to  lh9  kg/m3.    The  data  obtained  from  these  measurements  were  ajialyzed  to  determine 
the  various  modes  of  heat  transfer.    The  modes  investigated  were  radiation,  gaseous 
and  fiber  conduction,  convection,  and  improved  conduction  between  the  individual 
fibers  due  to  the  presence  of  the  gaseous  medium.    The  apparent  thermal  conductivity- 
density  products  (KP)  were  determined  for  each  density  ajad  subseq.uently  compared. 
The  scattering  cross-sections  per  unit  volume  were  also  determined  as  a  function  of 
density. 


Key  Words:  Conductivity,  fibrous  insulation,  heat  transfer,  insulating 
materials,  insulation,  scattering  cross-sections,  thermal  conductivity, 
thermal  conductivity-density  products,  thermal  insulation. 


Introduction 


Many  of  the  advanced  re-entry  and  hypersonic  cruise  vehicles  wi3J.  be  exposed  to  a  more  severe 
thermal  environment  than  normally  encountered  by  those  of  today.    Most  of  these  future  vehicles  will 
also  be  required  to  make  multiple  missions.    Therefore,  their  thermal  protection  systems  will  be 
required  not  only  to  provide  higher  temperature  capabilities,  but    also    to  withstand  these  environ- 
ments repeatedly.    In  order  for  such  a  system  to  be  developed,  a  survey  was  conducted  to  determine 
what  type  of  insulation  would  best  meet  these  requirements.    The  fibrous  insulations  were  found  to 
offer  the  greatest  potential.    Unfortunately,  no  single  insulation  provided  its  best  thermal  protection 
capabilities  over  the  entire  anticipated  temperature  range. 

In  general,  the  thermal  physical  properties  of  insulating  materials  are  sacrificed  as  the  tempera- 
ture capabilities  are  Increased.    For  example,  if  a  higher  maximum  continuous  use  temperature  is 
desired,  an  insulating  material  with  a  higher  conductivity  and  density  is  normally  required.    In  order 
to  overcome  this  penalty,  the  designer  can  use  a  composite  insulation  system.    That  is,  various  types 
of  insulations  are  selected  to  meet  the  thermal  environment  within  the  composite  system.  Consequently, 
not  all  insulating  materials  must  withstand  the  maximum  environmental  temperature,  but  each  must  be 
capable  of  being  an  effective  insulator  over  the  temperature  range  at  which  it  will  be  exposed. 
Therefore,  a  thermal  insulating  system  can  be  optimized  by  using  the  more  effective  lower  temperature 
Insulations  in  the  cooler  portions  of  the  composite.    The  evaluation  of  these  lower  temperature  or 
back-up  insulations  was  the  main  objective  of  this  program. 

From  an  earlier  phase  of  this  program,  the  weight  and  dimensional  stabilities  of  each  insulation 
was  determined  over  the  anticipated  temperature  range.    The  most  promising  back-up  insulation,  a 
fibrous  silica  blanket,  was  then  selected  for  this  phase  of  the  program.    In  general,  the  manufacturers 
provided  adequate  conductivity  data  on  their  insulations  in  one  atmosphere  of  air.    However,  they  had 
very  little  data  on  their  insulations  when  exposed  to  various  partial  vacuums.    Normally,  it  is 
desirable  for  the  designers  of  aerospace  vehicles  to  take  advantage  of  the  improved  thermal  conductivi- 
ties of  these  Insulations  in  a  space  environment.    Therefore,  this  phase  of  the  program  was  to  determine 
the  apparent  conductivities  of  the  selected  insulation  at  various  reduced  pressxires,  mean  temperatures, 
and  bulk  densities. 
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The  following  equations  were  used  to  determine  the  gaseous  conduction  contribution  at  all  the 
temiseratures  and  pressures  evaluated: 


1  +  P  L 

o  go 

P  d 


1 

1  +  P' 


^      "  D  (2) 
Where : 

f*^p  \    =  the  ratio  of  the  gaseous  conduction  at  the  environmental  pressure  and 
Kp   I       temperature  to  that  of  the  gaseous  medium  at  standard  conditions, 

P^  =  standard  pressure,  76O  mm  Hg., 

P  =  environmental  pressure, 

L     =  standard  mean  free  path  length, 
go 

T  =  standard  temperature,  273 °K.  ('<-92°R.), 

=  environmental  temperature, 

n  =  property  constant  of  gas  (air  =  0.75'^-); 

d  =  calculated  pore  size,  defined  by  eq.  (2), 

D  =  fiber  diameter,  I.3  microns, 

f  =  ratio  of  bulk  density  to  theoretical  density. 

The  convection  eind/or  improved  fiber  conduction,  as  represented  by  the  increment  C  in  figure  5^ 
was  also  calculated  with  the  aid  of  these  gaseous  conduction  parameters  since  both  were  considered  to  be 
proportional  to  the  number  of  gas  molecules  present  at  the  various  reduced  pressures. 

Next,  the  conductivities  contributed  by  the  residual  gaseous  medium,  the  individual  fibers,  and 
radiation  were  considered.    From  the  above  calculations,  the  residual  gas  contribution  at  0.01  mm  Hg. 
was  found  to  be  virtually  zero.    The  fiber  conduction  was  also  found  to  be  negligible  at  these  densities 
Typical  conduction  values  were  found  to  be  0.0002,  O.OOO3,  and  O.OOO5  W  m"^eg"l  for  densities  of 
55,  98,  and  IU9  kg/m3,  respectively.    The  solid  conduction  of  silica  was  found  not  to  change  appreciably 
over  the  temperature  range  investigated  {kOO"  to  800°K  ) .        Therefore,  the  radiation  contributions  can 
be  obtained  directly  from  figures  2,  3         i^.    Total  calculated  conduction  contributions  were  then  com- 
pared with  the  experimental  data  as  shown  in  figure  6.    The  primary  deviations  between  the  experimental 
and  caJ-culated  conductivities  occurred  at  the  intermediate  pressures  (3  to  29  mm  Hg.  range).    This  was 
expected  since  the  greatest  rate  of  change  in  the  apparent  conductivity  occurred,  when  the  pressure  at 
which  the  mean  free  path  length  of  the  gaseous  medium  contained  within  a  fibrous  insulation  equaled  the 
mean  interfiber  spacing. 

From  eq    (l)  and  the  discussion  above,  the  pore  size,  the  conductivity  of  the  gaseous  medium,  and 
the  mean  free  path  length  of  the  medium  appear  to  be  the  primary  controlling  factors  of  the  gaseous  con- 
duction contributions  at  these  intermediate  pressures.    Therefore,  the  accuracy  at  which  any  one  of 
these  factors  is  determined  has  a  definite  influence  upon  the  calculated  conductivity.    It  is  fortunate 
that  such  a  questionable  ratio  between  the  mean  free  path  length  and  the  pore  size  can  exist  and  still 
produce  a  reasonably  accurate  calculated  gaseous  conduction  contribution.    The  primary  reason  for  this 
accuracy  is  that  the  ratio  is  contained  in  the  P'  jiortion  of  eq    (1)  and,  consequently,  does  not  influ- 
ence the  calculation  proportionately.    The  thermal  conductivity  of  the  gaseous  medium,  however,  is 
directly  proportional.,  but  fortunately  has  been  verified  by  several  investigators  and  is  assumed  to  be 
reasonably  accurate. 

Another  series  of  curves  can  be  generated  by  combining  the  data  represented  in  figures  5  6. 
This  series  is  represented  by  figure  7-    These  curves  show  each  conduction  contribution  as  a  function  of 
temperature.    Figure  7  illustrates  how  each  conduction  contribution  is  related  to  the  mean  temperature 
of  the  specimen  while  being  exposed  to  a  particular  environmental  pressure.    In  this  case,  the  pressure 
is  at  one  atmosiiiere.    As  the  pressure  is  reduced,  the  gaseous  conduction  contributions  are  diminished 
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2.    Experimental  Procedure  and  Equipment 

The  thermal  conductivity  measurements  were  conducted  with  the  aid  of  a  radial  heat  flow  apparatus. 
Figure  1  shows  the  basic  construction  of  the  unit  and  one  of  its  four  automatic  temperature  control 
systems  for  the  guard  heaters.    The  apparatus  consists  of  essentially  two  concentric  ceramic  cores  that 
were  heated  by  six  wire  wound,  resistance  heating  elements.    The  inner  elements  on  each  core  were  used 
to  provide  the  temperature  gradient  across  the  test  specimen,  while  the  remaining  four  elements  were 
used  to  minimize  any  axial  heat  flow  from  the  central  test  section. 

The  basic  operation  of  each  guard  heater  system  was  as  follows:    whenever  a  temperature  difference 
existed  between  the  central  and  guard  heaters,  a  small  D.C.  voltage  was  generated  by  the  series  connected 
differential  thermocouples.    This  voltage  was  detected  by  a  highly  sensitive  moving-coil,  reflecting- 
type  galvanometer.    The  voltage  applied  to  the  galvanometer  caused  its  suspended  mirror  to  rotate. 
With  the  light  beam  source  focused  onto  this  mirror,  its  rotation  was  greatly  amplified  by  the  deflection 
of  the  light  beam.    When  the  light  beam  was  deflected  onto  the  light  sensitive  resistor,  the  current  flow 
through  the  resistor  was  greatly  increased.    The  resulting  current  flow  was  fed  directly  into  the  D.C. 
trajisistor  amplifier.    The  power  output  of  the  amplifier  was  proportional  to  the  resistance  change  of 
the  light  sensitive  resistor.    This  power  was  fed  directly  to  its  corresponding  guard  heater.  Therefore, 
each  system  essentially  maintained  its  guard  heater  at  the  same  temperature  as  their  central  heater. 
Each  central  heater  received  its  electrical  power  from  a  variable  direct  current  power  supply  that  was 
usually  set  at  a  fixed  level  at  the  beginning  of  the  test.    Temperature  gradients  of  15°K/cm  were  nor- 
mally established  through  the  specimen  at  each  mean  temperature.    The  thickness  of  the  specimen  was 
slightly  less  than  6  cm.    Its  length  was  28  cm. 

The  conductivity  measurements  were  conducted  in  a  large  test  chamber  that  was  sealed  and  evacuated 
to  the  desired  pressiire  level.    After  each  of  the  desired  pressure  and  temperature  equilibriums  were 
reached,  the  respective  thermal  conductivities  were  computed  and  recorded. 

3.    Discussion  and  Results 

The  results  of  the  apparent  thermal  conductivity  measurements  are  graphically  illustrated  in 
figures  2,  3>  a^d-         The  measurements  were  conducted  in  an  air  atmosphere  at  various  pressures  from 
10-2  to  760  ram  Hg.,  and  mean  temperatures  from  kOO°  to  800°K.    The  specimen  densities  were  varied  from 
55  to  lh9  kg/m3.    Figure  5  represents  a  reasonable  approximation  of  the  various  conduction  contributions 
to  the  apparent  conductivities  of  the  fibrous  silica  blanket  at  a  mean  temperature  of  778°K  (1400°r). 
Similar  curves  can  also  be  generated  to  represent  these  contributions  at  each  of  the  mean  temperatures 
and  densities  evaluated.    From  this  figure,  increment  D  is  the  major  contributor  to  the  total  heat 
transfer.    This  indicated  that  the  gaseous  medium  within  the  highly  porous  structure  of  the  insulation 
had  a  considerable  influence  upon  its  apparent  conductivity  at  atmospheric  pressure.    This  was  expected 
because  the  void  volume  of  all  the  insulations  evaluated  exceeded  90  percent. 

Normally,  pressure  has  very  little  influence  upon  the  thermal  conductivity  of  an  unconfined  gaseous 
medi\im,  because  with  any  change  in  pressure,  the  density  of  the  molecules  will  change  proportionally, 
while  their  path  length  changes  inversely,  yielding  essentially  a  constant  heat  transfer.    Therefore,  a 
gas  contained  within  a  fibrous  insulating  material  reacts  very  similarly  to  an  unconfined  gas  near 
atmospheric  pressures,  because  the  fiber  spacing  (or  appairent  pore  size)  is  normally  much  larger  than 
the  mean  free  path  of  the  gas  molecules.    However,  as  the  pressure  of  the  gaseous  medium  is  reduced, 
the  mean  free  path  length  of  the  molecules  will  increase  until  it  reaches  the  average  diameter  of  the 
pore  size.    As  the  pressure  is  reduced  further,  Intermoleculax  collisions  will  occur  less,  while  the 
molecular  to  fiber  collision  will  occur  more  often.    At  the  very  low  pressures  where  the  mean  free  path 
is  much  larger  than  the  pore  size,  the  number  of  molecules  available  to  transport  heat  is  once  again 
proportional  to  any  further  decrease  in  pressure.    Therefore,  as  the  number  of  molecules  approaches  zero, 
the  conductivity  due  to  gaseous  medium  also  approaches  zero.    Thus,  the  typical  "s"  shaped  curve  is 
obtained  when  the  apparent  thermal  conductivity  of  a  fibrous  insulating  material  is  measured  as  a  function 
of  pressure.    From  figure  5>  it  should  also  be  noted  that  the  thermal  conductivity  values  appear  to  be 
asymptotically  approaching  a  minimal  value  at  the  lower  pressures.    This  remaining  conduction  is  pri- 
marily due  to  radiation  and,  to  a  minor  extent,  residual  gas  conduction  and  solid  conduction  of  the 
individual  fibers.    This  a^Qount  is  represented  by  A.    Increment  B  represents  the  conductivity  contribu- 
tion of  the  air  medium.    This  quantity  must  be  corrected  to  allow  for  the  volume  occupied  by  the  glass 
fibers.    It  should  be  noted  that  the  sum  of  A  and  B  does  not  equal  the  apparent  conductivity  of  the 
insulation  at  atmospheric  pressure.    Other  investigators  have  noted  this  difference,  C,  and  attribute 
it  to  convection  and/or  improved  conduction  between  the  individual  fibers  due  to  the  presence  of  the 
environmental  gas.    At  this  time,  it  should  be  noted  that  a  theoretical  approach  to  analytically  develop 
an  "apparent"  thermal  conductivity  requires  a  simultaneous  solution  of  all  the  above-mentioned  modes, 
because  each  mode  is  dependent  upon  the  temperature  gradient  which  is  controlled  by  the  total  heat 
transfer.    However,  for  this  study,  it  was  assumed  that  an  analytical  expression  could  be  developed  for 
each  mode  independent  of  the  others,  and  that  the  apparent  thermal  conductivity  would  be  the  sm  of  the 
conductivities  of  each  mode. 
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until  only  the  radiation  contributions  remain.    A  plot  of  the  radiation  contributions  shows  them  to  be 
decreasing  as  the  density  of  the  specimen  is  increasing  (see  figure  8).    This  reduction  in  radiation 
was  primarily  attributed  to  the  increasing  scattering  characteristics  of  the  denser    insulations.  The 
scattering  cross  sections  were  calculated  from  the  radiation  contribution  of  the  above  thermal  conduc- 
tivity measurements.    Since  the  absorption  cross  section  has  been  shown  to  be  two  orders  of  magnitude 
less  than  the  scattering  cross  section,  it  was  omitted  from  the  general  equation,  leaving  the  following 
modified  equation  for  making  these  calculations: 

4  CT        Tm^  (3) 

K  ' 
r 


scattering  cross  section  per  unit  volume,  m 
radiation  contribution,  W  m  "'"deg 
index  of  refraction  of  silica, 
Stefan-Boltzmann  constant, 
mean  temperature,  °K. 

The  results  obtained  from  these  calculations  are  shown  In  figure  9-    The  scattering  cross  sections 
were  found  to  increase  with  increasing  temperature  and  density. 

Since  weight  is  of  primary  importance  in  the  design  of  a  flight  vehicle,  the  product  of  the  conduc- 
tivity and  density  (Kp)  is  often  used  in  the  aerospace  industry  to  determine  the  thermal  efficiency  of  an 
insulation  system.    These  products  were  deterniined  at  the  various  temperatures,  pressures,  and  densities. 
With  the  aid  of  figures  10  and  11,  the  density  at  which  the  insulation  is  the  most  efficient  can  be 
selected  for  the  anticipated  environmental  condition.    For  example,  if  the  temperature  of  the  environ- 
ment is  approximately  780°K  and  exists  at  an  altitude  where  the  pressure  is  below  10  mm  Hg.,  the  insula- 
tion with  a  density  of  lk9  kg/m3  has  a  lower  Kp  product  than  either  of  the  lower  density  insulations. 
Therefore,  the  thermal  efficiency  of  the  149  kg/m3  insulation  at  this  particular  environmental  cosadition 
exceeds  either  of  the  other  densities  investigated.    At  pressures  down  to  at  least  10  mm  Hg.,  the  rate 
of  decline  in  Kp  of  the  1^9  kg/m^  insulation  exceeded  the  others-    This  appears  to  be  due  to  the  rate  of 
reduction  in  the  gaseous  conduction  contribution,  because  the  rate  will  increase  to  a  maximum  as  the  mean 
free  path  length  approaches  the  pore  diameter.    However,  the  lower  Kp  values  at  pressures  below  10  mm  Hg. 
appear  to  be  related  to  the  radiation  attentuation  characteristics  and  its  relationship  with  the  size  of 
the  fiber  (or  the  apparent  pore  size  resulting  from  the  small  fiber  diameter).    It  is  recommended  that 
this  characteristic  be  investigated  more  thoroughly.    This  is  a  veiy  interesting  characteristic,  because 
if  the  thermal  efficiencies  of  two  insulations  at  different  densities  are  almost  equal,  the  one  with  the 
greater  density  should  be  selected.    Nonnally,  it  will  be  easier  to  install  and  should  provide  a  more 
reliable  composite  insulation  system. 

k.  Conclusions 

Gaseous  conduction  and  radiation  were  found  to  be  the  major  contributors  to  the  total  heat  transfer 
through  the  fibrous  silica  insulation  in  one  atmosphere  of  air  at  raeaji  temjjeratures  from  hOO"  to  800°K, 
and  bulk  densities  from  55  to  1^9  kg/m3.    In  a  partial  vacuTim  of  10"-'-  mm  Hg.  or  less,  radiation  became 
the  only  major  contributor.    At  the  intermediate  pressures,  3  to  29  mm  Hg.,  the  gaseous  conduction 
contributions  were  found  to  be  reduced  to  approximately  half  of  those  obtained  at  one  atmosphere.  An 
increase  in  the  specimen  density  (from  55  to  114-9  kg/m3)  was  found  to  yield  a  substantial  decrease  in  the 
total  heat  transfer  through  insulating  materials  of  this  type.    The  primary  reduction  was  found  to 
result  from  the  large  decrease  in  the  radiation  contribution. 

The  thermal  conductivity-density  products  (kp)  were  found  to  be  lower  than  expected.    At  the  inter- 
mediate pressures  {Ik  ram  at  780°K),  the  insulation  with  a  density  of  llt-9  kg/m3  was  found  to  have  a  higher 
thermal  efficiency  (lower  Kp)  than  any  of  the  insulations  evaluated.    From  a  practical  viewpoint,  the 
higher  density  insulation  would  reduce  the  handling  difficulties  normally  encountered  during  the  assem- 
bly of  an  insulation  system.    Also,  for  a  vehicle  requiring  a  sizeable  insulation  system,  the  bulk  volume 
of  the  vehicle  would  be  reduced  considerably. 
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The  mode  and  extent  of  heat  transfer  through  polymer  foams  is  difficult  to 
define.    While  it  is  relatively  easy  to  eliminate  convection  effects  by  choosing 
sufficiently  small  cell  sizes  there  is  still  left  the  apportioning  of  the  heat 
transferred  between  the  modes  of  conduction  and  radiation.     This  proportion  is  a 
function  of  the  temperature  of  the  determination,  the  thickness  of  the  sample,  its 
density  and  its  cell  size. 

The  apparent  thermal  conductivity  of  plane  horizontal  layers  of  still  air 
confined  between  parallel  surfaces  of  varying  emissivity  is  shown  to  increase 
with  thickness  of  the  air  layer,  its  temperature  and  the  emissivity  of  the 
surfaces.     This  is  due  to  the  varying  relative  effects  which  the  radiated  and 
conducted  heat  have  on  the  total  heat  transfer. 

Similarly  a  study  of  foamed  polystyrenes  of  varying  density  and  cell  size  at 
different  temperatures  and  thickness  shovjs  similar  trends  to  those  observed  with 
air  layers.     The  apparent  conductivity  increases  with  thickness  and  temperature  but 
tends  to  level  off  with  thickness  due  to  the  absorption  of  the  radiated  heat  by  the 
poljrmer.     The  influence  of  the  emissivity  of  the  confining  surfaces  is  also  not  as 
important  as  for  air  layers  due  to  the  poljrmer  cell  walls  adjacent  to  the  surface 
acting  as  emitters  and  absorbers  of  radiation. 

Using,  as  a  first  approximation,  a  theoretical  model  for  the  foam  based  on  a 
series  of  parallel  alternate  polymer  and  air  layers  at  right  angles  to  the  direction 
of  heat  flow,  it  is  possible  to  arrive  at  an  estimate  of  the  distance  apart  of  such 
hypothetical  layers  and  relate  it  to  density  and  cell  size.    Low  density  and  large 
cell  size  combine  to  produce  high  radiation  components  and  increase  in  distance  apart 
of  the  hypothetical  layers. 

Key  Words:  Apparent  thermal  conductivity,  cell  size,  convection,  emissivity, 
foam  density,  heat  transfer,  polymer  foams,  polystyrene  foams,  thermal 
conduction,  thermal  conductivity,  thermal  radiation. 


1.  Introduction 

It  is  relatively  easy  to  define  and  understand  what  is  meant  by  the  thermal  conductivity  of 
a  simple  gas,  liquid  or  solid,  and  experiments  can  be  devised  which  give  an  unambiguous  estimate  of 
the  quantity  desired.     In  the  case  of  gases  in  particular  considerable  precautions  have  to  be  taken 
in  order  to  eliminate  or  correct  for  the  influence  of  radiation  and  convection  on  the  determination. 

If,  however,  we  are  dealing  with  a  composite  material  such  as  discrete  gas  globules  embedded  in 
a  solid  continuous  phase  then  the  question  arises  as  to  what  exactly  determines  the  mode  of 
transference  of  heat  through  such  a  medium.     If  the  gas  is  distributed  haphazardly  in  cells  of  varying 
shapes  and  sizes  then  in  certain  cases  it  is  quite  certain  that  part  of  the  heat  transmitted  through 
such  a  medium  is  carried  by  convection  currents.    The  simplest  way  to  eliminate  this  effect  is  to 
reduce  the  size  of  the  cells  so  as  to  limit  the  gas  circulation. 
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It  is  not  so  easy  however  to  eliminate  the  effect  of  radiated  heat.     Moreover,  the  proportion  of 
heat  transmitted  by  radiation  to  that  by  conduction  varies  with  the  mean  temperature  of  the 
determination,  the  thickness  of  the  sample,  its  density,  its  cell  size  and  the  nature  of  the  surfaces 
which  are  in  contact  with  those  of  the  sample.     It  follows  therefore  that  if  convection  is  eliminated 
by  reducing  the  cell  size  sufficiently  then  the  total  heat  conducted,  namely  the  apparent  conductivity 
of  the  material,  is  also  dependent  on  the  above  parameters. 

It  is  the  purpose  of  this  paper  to  demonstrate  the  above  effects  for  a  number  of  foamed 
polystyrene  examples,  whose  cell  size  is  small  enough  to  eliminate  the  effect  of  convection. 

2.    Apparatus  and  Materials 
2.1.  Apparatus 

The  apparatus  used  for  the  measurements  consists  of  a  heat  flow  meter  constructed  by  Technisch 
Physische  Dienst  T.N.O.  en  T.H.  Delft  and  described  by  J.  de  Jong  and  L.  Marquenie  (l)  .     This  method 
was  originally  described  by  D.L.  Lang  (2)  and  has  been  shown  to  give  results  which  correlate  well 
with  those  of  the  guarded  hot  plate,  e.g.  see  J.M.  Buist,  D.J.  Doherty  and  R.  Kurd  (3). 

The  heat  flow  meter  of  dimensions  about  5  cm  diameter  and  0.32  cm  in  thickness  is  placed  in  the 
cut-out  centre  of  a  25  cm  x  25  cm  P.V.C.  guard  of  the  same  thickness.     The  test  specimen  is  divided 
into  two  25  cm  x  25  cm  square  specimens  of  equal  thickness  which  are  placed  above  and  below  the  heat 
flow  meter  assembly.     The  hot  source  is  placed  on  top  of  this  arrangement  and  the  cold  sink  below.  Both 
hot  source  and  cold  sink  consist  of  plates  22.5  cm  in  diameter  forming  part  of  circulating  thermostated 
water  systems  respectively  controlled  to  any  desired  temperature  between  5  C  and  75  C  +  .05  deg.  The 
thickness  of  the  hot  source  and  cold  sink  are  about  2.5  cms  respectively  and  are  encased,  except  for  the 
working  surfaces,  in  7.5  cm  deep  polymer  foam  lagging.     The  whole  apparatus  is  enclosed  in  an  air 
thermostat  controlled  at  the  mean  temperature  of  the  determination. 

The  heat  flow  meter  output  in  milli  volts  measures  the  heat  flux  through  the  system,  the  calibration 
factor  being  14.47  W  m      per  mV  at  20  C.     This  factor  decreases  by  Vfc  for  each  10  deg.  increase  in 
temperature  above  20  C. 

2.2.  Materials 

Three  polystyrene  foams  were  studied  in  this  investigation,  namely  Samples  A,  B  and  C. 

Sample  A  was  of  average  density  20.1    KgA^        and  contained  cells  of  widely  varying  cell  size 
from  very  fine  to  very  large  as  is  shown  in  figures  1  and  2.     Some  cells  were  over  1  mm  in  maximiim 
dimension. 

Sample  B  was  of  average  density  15.2   Kg/m-^        and  contained  a  narrower  distribution  of  smaller 
cell  sizes  as  shown  in  figure  3. 

Sample  C  was  of  average  density  28.7   KgA'^  ,    .     The  distribution  of  cells  was  rather  like  sample 
B,  but  with  slightly  smaller  cells  and  thicker  cell  walls,  as  shown  in  figure  4. 


3,    Heat  Transfer  through  Plane  Layers  of  Air 

In  order  to  understand  why  the  apparent  conduction  of  heat  through  foamed  polymers  is  so 
dependent  on  temperature,  thickness,  density  etc.  the  question  of  the  apparent  conductivity  of  plane 
layers  of  still  air  is  first  considered. 

If  a  layer  of  still  air  is  enclosed  between  two  infinite  parallel  planes  1  and  2  composed  of 
materials  of  emissivity         and        and  reflectivities  (l  -€,)  and  (l  at  absolute  temperatures 

T-j_  and  T2  respectively  then  it  can  be  shown  (e.g.  see  Poltz  (4))  that  the  flux  of  radiant  heat  per 
square  metre,        passing  from  plane  1  to  plane  2,  providing  the  intervening  air  does  not  absorb  any 
of  this  heat,    is  given  by 

(1) 


If  the  distance  apart  of  the  two  planes  is  x  and  the  mean  thermal  conductivity  of  the  air  in  the 
layer  is  A^^^^^^  i.e.  the  conductivity  at  the  mean  temperature  of  the  layer,  then,  provided  that  the 

difference  in  temperature  (T^  -  T^)  is  not  more  than  say  10  to  15  deg.  the  flux  of  conducted  heat  per 

square  metre,  Q^-t  is  given  to  a  very  close  approximation  by 

2 

Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 


_g 

whereO'is  Stefan's  constant    =  5.67  x  10      W  m  deg. 
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%    =    Xmean  ^^1  ~  ^2^ 

X 


(2) 


Hence  the  total  hert  flux  per  square  metre  Q,^  is  given  by 

Qt  =  Qr  +  Q-=  (t/  -  t/)  /mean         "  ^2^  (3) 


The  apparent  thermal  conductivity  of  the  air  in  the  layer,     app,  is  given  by 

Aapp  =  ^T-      =A  a-£(T/-T/)x 


4      „,  4^ 

'  X 


when,  for  the  sake  of  convenience,  fc^  =^  i.e.  the  materials  of  the  two  plane  surfaces  have  the 
same  emissivity. 

It  is  eq.  (4)  that  explains  why  the  apparent  conductivity  is  a  function  of  the  temperature  as 
well  as  the  thickness  of  the  lajrer. 


3.1.     The  Change  in  Apparent  Conductivity  of  Still 
Layers  of  Air  with  Thickness 

It  is  expected  from  eq.   (4/  that  the  apparent  thermal  conductivity  of  still  layers  of  air  will 
increase  linearly  with  the  thickness  and  the  plot  will  have  an  intercept  which  is  equal  to  the 
thermal  conductivity  of  the  air  at  the  mean  temperature  of  the  experiment. 

The  slope  of  the  line  will  be  ^  ^  and  so  will  become  greater  as  the  temperature 

2-6  (T^  -  T^) 

of  the  determination  increases.     If  the  emissivity  of  the  surfaces  enclosing  the  layer  of  air  is  very 
small,  e.g.  as  for  polished  silver  or  aluminium  surfaces  then  the  slope  will  also  be  very  small. 

Experiments  with  still  cylindrical  layers  of  air  were  conducted  by  separating  the  hot  source  and 
cold  sink  from  the  heat  flow  meter  at  various  distances  by  means  of  cylindrical  spacers  made  of 
polystyrene  foam  of  various  thicknesses  with  holes  of  internal  diameter  15  cms.     The  surfaces  of 
hot  source,  cold  sink  and  heat  flow  meter  were  first  covered  with  aluminium  foil  of  low  emissivity 
and  the  heat  flux  at  a  mean  temperature  of  37.5  C  with  T-j^  -  T^— 15  deg.  was  measured  at  various 
thicknesses  from  1.25  to  7.5  cm.    All  surfaces  were  then  covered  with  a  0.005  cm.  thick  polystyrene 
foil  and  experiments  repeated  at  a  mean  temperature  of  40  C  with  T,  -  T^— 10  C  and  thickness  varied 
from  1.25  to  7.2  cm.     Figure  5  shows  plots  of  apparent  thermal  conductivity  against  layer  thickness  for 
the  two  kinds  of  foils  used,  the  differing  slopes  being  due  to  the  differing  radiation  contributions  of 
the  foils.    Using  the  expression  for  the  slope  and  the  experimental  values  of  the  slopes  gives  values 
of  0.047  and  0.66  for  the  emissivity  of  the  aluminium  and  polystyrene  foils  respectively.     The  figure 
of  0.66  may  appear  low  for  polystyrene  but  the  foil  is  highly  polished. 

-2  -1 

^The  intercept  of  the  lines  on  figure  2  is  virtually  the  same  at  apgroximately  2.7  x  10      W  m 
deg      which  is  quite  close  to  that  for  air  at  a  temperature  of  about  40  C, 

The  apparent  increase  in  thermal  conductivity  with  thickness  is  clearly  due  to  the  radiation 
contribution. 


3.2,     The  Change  in  Apparent  Conductivity  of  Still  Layers 
of  Air  with  Temperature 

If  the  thickness  of  the  layer,  x, is  held  constant  and  the  mean  temperature  of  the  layer  varied 
but  keeping  the  difference  in  temperatures  of  planes  1  and  2  constant  i.e.  T^  -  T^  =  constant,  then 
it  can  be  shovm  from  eq.  (4)  that 

A        =A  +  crex    (4T^    s-  T         AT^)  (6) 

'*app     '  mean  —     mean      mean  ' 

where  T  =  (T,     +    T^)    /2  and    AT    =    T^     -  T^ 

mean  1  2  1  2 

For  T         in  the  region  290   >■  350°K  and  T^  -  T^  about  10  deg.  it  can  be  shown  that  T      AT^  is 

mean  ^  12  mean 
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negligible  compared  with  4T  hence 
^    °  mean 


\      =X       +  4<rex 

app       mean    mean 

2  (7) 


It  is  expected  that  the  variation  of  the  apparent  thermal  conductivity  with  temperature  should  be 
approximated  by  the  above  expression. 

The  apparent  conductivity  of  a  still  layer  of  air  of  thickness  1.23  cms  was  determined  at  mean 
temperatures  of  35  to  65  C  using  aluminium  foil  on  the  flat  surfaces  and   ATsfelO  C.     In  another 
experiment  polystyrene  foil  was  used  instead  of  aluminium  foil,  the  thickness  "increased  to  2.4  cms  and 
temperature  varied  from  20  to  70  C.     The  results  of  these  experiments  are  shown  on  figure  6  where  the 
apparent  conductivity  is  plotted  against  temperature. 

The  marked  difference  between  the  effect  of  polystyrene  foils  and  aluminium  foils  placed  on  the 
flat  surfaces  is  again  observed  both  in  the  magnitude  of  the  apparent  conductivity  and  the  way  it 
varies  with  temperature. 

The  dotted  line  on  figure  6  is  obtained  by  calculating  the  value  of  the  constant  4<r  £  X  in 

0  0  ^  -1  -1 

eq.   (7)  from  a  nominal  apparent  conductivity  at  4O  C  (T         =  313  K)  namely  A  app  =  0.106  W  m  deg 

and  taking  a  value  of  Amean  =  0.0271  W  m"-'-  deg"-'-  from  tBI^^literature.  The  constant  is  then  used  in 
eq.  (7)  to  calculate  values  of  Aapp  at  other  temperatures  using  the  appropriate  values  of^gg^j^  given 
in  the  literature. 

The  dotted  line  is  a  plot  of  these  calculated  values  and  shov.'s  a  reasonable  correspondence 
between  experiment  and  theory. 

It  is  now  possible  to  consider  the  apparent  thermal  conductivity  of  foamed  polymers  when 
temperature  and  thickness  are  changed. 

4«     The  Apparent  Thermal  Conductivity  of 
Foamed  Polymers 

The  problem  of  the  apparent  thermal  conductivity  of  foamed  polymers  has  alre&dy  been  recognised 
and  Fischer  (5)  reviewed  the  situation  quite  recently  and  gave  examples  of  the  effect  of  temperature, 
thickness,  density  and  emissivity  of  the  surfaces  confining  the  sample.     The  theoretical  basis  for 
the  interpretation  of  these  effects  is  given  well  by  Poltz  (4)  and  the  present  results  will  be 
examined  in  the  light  of  this  theory. 

For  the  thickness  studies  the  polymer  foams  were  studied  at  thicknesses  between  1  and  5  cms  on 
each  side  of  the  heat  flow  meter  at  mean  temperatures  of  15,  40  and  65  C  with  aluminium  foils  covering 
the  hot  source,  cold  sink  and  heat  flow  meter  surfaces  and  a  temperature  difference  of  20  deg.  across 
the  full  thickness. 

The  foams  were  cut  into  1  cm  or  2  cm  thick  sheets  with  a  hot  wire  and  the  slightly  fused  surface 
thus  produced  removed  by  rubbing  lightly  on  fine  garnet  paper.     Sample  A  however  was  too  friable  for 
this  preparation  of  its  surfaces  and  they  were  left  alone.     The  various  combinations  of  sheets  taken 
to  construct  any  desired  thickness  were  chosen  at  random. 

For  the  temperature  study  a  fixed  combination  to  give  a  thickness  of  3  cms  was  chosen  and  adhered 
to,  and  studies  were  conducted  at  mean  temperatures  ranging  from  15  to  65  C« 


4.1.  The  Change  in  Apparent  Conductivity  of  the 
Three  Polystyrene  Foams  with  Thickness 

The  results  obtained  with  the  three  foams  at  different  total  thicknesses  and  at  three  temperatures 
are  given  in  f±g\XTe  7. 

When  these  plots  are  compared  with  those  for  still  air  layers  between  aluminium  surfaces  there 
are  two  main  differences.     Firstly,  there  is  a  more  rapid  increase  in  apparent  thermal  conductivity 
with  thickness  for  lov;  thicknesses  and  secondly  this  rapid  increase  diminishes  as  the  thickness 
increases  and  appears  to  level  off  at  some  constant  value  at  a  sufficiently  large  thickness. 

It  is  likely  that  the  apparent  conductivity  at  small  thicknesses  will  approach  that  of  the 
composite,  but  with  a  slope  smaller  than  the  slope  observed  due  to  the  influence  of  the  aluminium  in 
reducing  the  radiation  contribution.    At  large  thicknesses  the  influence  of  the  lov;  emissivity  of  the 
aluminium  surfaces  is  clearly  not  felt. 
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From  experience  with  air  layers  the  steeper  the  slope  of  the  apparent  conducti-vity  versus 
thickness  plot  and  the  greater  the  absolute  value  the  greater  is  the  radiation  contribution.     On  this 
basis  it  is  clear  that  the  radiation  component  for  Sample  A>  Sample  B>Sample  C. 

The  reason  for  the  greater  radiation  component  for  Sample  A  over  Sample  B  of  lower  density  must 
be  associated  with  its  greater  cell  size  cuasing  less  scattering  of  radiation.     The  cell  size  of 
sample  C  is  a  little  smaller  than  that  of  sample  B  also  the  cell  walls  are  thicker.     Both  these  effects 
combine  to  reduce  the  radiation  component  in  sample  C  over  that  in  Sample  B. 

The  difference  between  the  total  heat  transmitted  and  the  heat  conducted  i.e.  the  radiated  heat 
must  bear  a  relationship  to  both  the  cell  size  which  influences  the  scattering  of  radiated  heat  and 
the  amount  of  solid  polymer  which  absorbs  it. 

The  theory  given  by  Poltz  (4)  combines  these  two  effects.    Essentially  the  foam  is  considered  to 
be  composed  of  a  solid  scaffolding  composed  of  very  thin  parallel  layers  running  at  right  angles  to 
the  direction  of  heat  flow.     The  layers  are  supported  by  parallel  layers  running  at  right  angles.  Each 
thin  layer  of  emissivity  ^is  assumed  to  absorb  a  small  portion  of  the  heat  radiation  falling  normally 
on  it.     The  radiation  is  also  scattered  by  reflection,  the  reflectivity  being  1  -  C^. 

The  system  is  now  replaced  by  a  system  of  very  thin  radiation  impermeable  lamellae  parallel  to 
the  thin  layers  and  replacing  a  number         of  them.     These  lamellae  are  at  a  distance  S    apart  and  so 

S      =  >Vt;,St,  where  S,,  is  the  distance  apart  of  the  original  very  thin 

parallel  layers. 

This  theory  leads  to  a  constant  apparent  conductivity  at  very  large  thicknesses  in  terms  of  the 
actual  thermal  conductivity  of  the  composite  medium  and  a  radiation  component. 

The  theory  leads  to  the  following  expression  fcr  the  constant  apparent  conductivity 
at  very  large  thicknesses 

-^app  (d «>)  =  A  +  4(r  T^  -Sl  (s) 

where  \  is  the  actual  thermal  conductivity  of  the  composite  medium.     This  is  of  exactly  the  same  form  as 
for  air  layers  as  given  by  eq.   (7)  except  that  Sj_  is  a  constant  namely  the  distance  apart  of  the 
hypothetical  radiation  impermeable  lamellae. 

It  is  this  quantity  S^_  that  is  a  function  of  both  the  density  and  the  cell  size.     The  greater  the 
density  and  so  the  greater  the  absorbed  heat  the  smaller  is  Sj_  .    Again,  the  smaller  the  cell  size,  the 
greater  the  scattering  of  radiated  heat  and  so  the  smaller  is        .     The  effect  of  emissivity  of  the  cell 
walls  is  given  by  the  ^1./  (2  -  €1. )  term.     The  composite  term   £1-  Su      is  the  quantity  that  determines  the 

extent  of  heat  transferred  by  radiation  at  any  temperature. 

In  order  to  estimate  the  above  quantity  Poltz  (4)  shows  that  by  plotting  the  reciprocal  of  the 
apparent  thermal  conductivity,  XTappi  ^g^^i^ist  the  reciprocal  of  foam  thickness,  d"-*-,  and  extrapolating  to 
d"-'-  =    0  it  is  possible  to  arrive  at  an  estimate  of  Ag^pp(^_>.(») .     The  relevant  plots  are  given  on  figure 

8,  and  values  of  the  reciprocal  of  '^app(d-x»)  obtained  by  extrapolating  to  d""*"  =  0.     If  estimates 

of    \  ,  the  actual  thermal  conductivity  of  the  composite  medium,  can  be  made  then  the  value  of  the 
quantity    ^t. SL.may  be  obtained. 

The  value  of  \  f or  a  polymer  foam^i.e.  the  conduction  contribution^ may  be  approximated  by  a 
well  established  relationship  due  to  Kerner  (6)  for  the  properties  of  composite  systems.    The  relation 
for  the  thermal  conductivity       of  a  composite  system  consisting  of  largely  spherical  particles  of  a 
component  of  conductivity  A 2>  (namely  air),  immersed  in  a  continuous  phase  of  a  component  of  conductivity 
A| >   (namely  polystyrene),  is  given  by 


\  =Ai  A2       +  1)  +  2  Aid  -  v^)  (g) 
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where  V2  is  the  fractional  volume  of  the  discrete  component.     It  can  be  shown  in  the  case  of  light 
density  foams  where  and  (l  -  V^)  ~  0  "that  a  rough  measure  of  \  is  given  by 

A  =  A2  +         ^1  (10) 

3 


where         =  1  -        is  the  fractional  volume  of  the  polystyrene.     This  implies  that  for  low  density 

foams  e.g.  V-|^  ^  O.O5  the  thermal  conductivity  of  the  composite  is  essentially  that  due  to  the  air  + 
2/3  that  due  to  the  poljrmer  present,  the  remaining  I/3  of  the  polymer  being  effectively  absent  i.e. 
the  portion  of  the  polymer  lying  at  right  angles  to  the  direction  of  flow  of  heat. 

If  the  values  of  \  j  and  taken  at  the  temperature  T  then  a  value  of  A  may  be  calculated 

for  each  foam  of  known  density. 

Table  1  lists  the  values  obtained  in  this  way  for        Su  using  the  values  obtained  from  figure  8 

for   A  app((j_>o<»)    and  for  \  using  Kerner's  equation  and  values  of    ^  ^  taken  from  the 

literature,  (7)     and  (s),   (9)  respectively.     Table  I  also  gives  the  value  of  S,    assuming  a"  value  for 
0.66. 

Table  1.    Extrapolated  estimates  of  the  apparent  thermal  conductivity  of  the  foam  samples 
at  d  -♦•oo  and  calculated  values  of    S,  , 


T 

^PP(d-*o«>) 

'^app(d-i'oo) 

A 

'^app(d->«')  —  A 
=  4<rT3 

fit. 
2  - 

°K 

W  "'"m  deg 

W  m  deg 

W  m  deg 

W  m  deg 

cm 

(  =  0.66) 


Sample  A.  Average  density  20.1  Kg/m' 


288 

20.7 

0.0483 

0.0269 

0.0214 

0.395 

0.80 

313 

19.65 

0.0509 

0.0289 

0.0220 

0.32 

0.64 

338 

17.25 

0.0580 

0.0309 

0.0271 

0.315 

O063 

mean 

0.34 

mean 

0.69 

Sample  B, 

Average  densitv. 

15.2  Kg/m 

3 

288 

23.2 

0.0431 

0,0265 

0.0166 

0.305 

0.62 

313 

22.35 

0.0447 

0.0285 

0.0162 

0.23 

0.47 

338 

20.5 

0.0488 

0.0305 

0.0183 

0.21 

0.42 

mean 

0.25 

mean 

0.50 

Sample  C, 

Average  densitv, 

28.7  Kg/m 

3 

288 

25.25 

0.0396 

0.0276 

0.0120 

0.22 

0.45 

313 

24.80 

0.0403 

0.0297 

0.0106 

0.15 

0.31 

338 

23.50 

0.0426 

0.0317 

0.0109 

0.12 

0.25 

mean 

0.16 

mean 

0.34 

It  is  now  seen  how  5^ changes  from  one  Sample  to  the  other,  assuming         =  0.66.     The  hypothetical 
layers  in  Sample  A  are  almost  7  mm  apart  and  decrease  to  5  and  3.4  mm  for  Samples  B  &  C  respectively. 
Sample  A,  in  spite  of  its  higher  density,  has  a  greater  radiation  component  than  Sample  B  of  lower 
density.     This  is  accounted  for  by  the  finer  cells  of  Sample  B  scattering  the  radiation.     Sample  C  has 
a  still  smaller  radiation  component  than  Sample  B.     This  is  accounted  for  both  by  its  greater  density 
and  slightly  finer  cells  causing  greater  absorption  of  radiation  and  greater  scattering. 

If  the  value  for         is  not  correct  the  relative  magnitudes  of        will  still  be  the  same  and  the 
above  observations  are  still  valid. 

4.2.    The  Change  in  Apparent  Thermal  Conductivity 
of  the  Three  Polystyrene  Foams  with  Temperature 

The  three  foams  were  studied  at  temperatures  of  15°  to  65°C  at  a  constant  total  thickness  of  6  cms. 
The  results  are  shown  on  Fig.  9. 
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The  influence  of  the  change  in  temperature  on  A  ^pp  is  seen  to  be  in  the  order  Sample  A  > 
Sample  B  >  Sample  C  which  is  as  expected  from  the  relative  vaJ.ues  of  Si_  respectively. 


5.     Summary  and  Conclusions 

The  combined  influence  of  cell  size  and  density  on  the  apparent  thermal  conductivity  of  foamed 
poljrmers  is  shown  for  three  examples  by  its  variation  with  thickness  and  temperature.     This  behaviour 
is  attributed  to  the  effect  cell  size  and  density  h&ve  on  the  heat  radiated  through  the  structure. 
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Figure  4  Micrograph  of  section  of  Sample  C. 
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Figure  5.    Plot  of  apparent  thermal 
conductivity  of  still  air  layers 
against  thickness  showing  effect 
of  emissivity  of  confining 
surfaces. 


Figure  6.    Plot  of  apparent  thermal 
conductivity  of  still  air  layers 
against  temperature  showing 
effect  of  emissivity  of  confining 
surfaces. 
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Figure  9.  The  effect  of  temperature  on  the  apparent 
thermal  conductivity  of  three  polystyrene  foams,  at 
a  constant  total  thickness  of  6  cms. 
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Measurements  of  In-Vivo  Thermal 
Diffusivity  of  Cat  Brain 

G.  J.  Trezek,  D.  L.  Jewett ,  and  T.  E.  Cooper^ 
University  of  California 


The  thermal  diffusivity  of  living  hrain  tissue  was  studied  inmediately  after 
cessation  of  cerebral  blood  flow  by  means  of  the  transient  thermal  response  to  a 
cold  line  source.     In  cat  brain,  by  numerical  fitting  of  the  observed  temperature 
field  to  the  governing  heat  conduction  equation,  diffusivity  values  in  the  range 
of  0.125  to  0.110  mm^/sec  were  obtained,  these  values  being  close  to  that  of  water 
evaluated  at  the  same  temperature.     During  the  succeeding  2  1/2  hours  the  thermal 
diffusivity  decreased  approximately  50%. 

Key  Words:    Brain  tissue,  central  nervous  system,  living  tissue,  local 
cooling,  thermal  diffusivity. 


1.  Introduction 

Thermal  conductivity  and  diffusivity  are  important  properties  which  must  be  known  in  order  that  heat 
transfer  equations  can  be  fully  applied  to  a  given  system.    Accurate  knowledge  of  the  heat  transfer  pro- 
perties of  brain  tissue  has  become  partictilarly  important  with  the  advent  of  both  neurosurgical  techni- 
ques utilizing  cryoprobes  and  radio-frequency  probes,  and  other  research  using  localized  brain  cooling. 
As  an  approach  to  brain  heat  transfer  properties  we  have  chosen  to  study  the  transient  temperature  field 
generated  by  a  cold  line  source;  this  approach  differs  in  principle  from  the  more  usual  "hot  plate" 
methods  used  to  determine  thermal  conductivity.    Analytical  solutions  of  the  governing  equations  can  be 
generated  most  easily  if  the  magnitude  contribution  of  each  of  the  terms  is  known  approximately. 

The  problem  is  simplified  if  the  convective  terms  due  to  blood  flow  can  be  neglected.  Although 
these  terms  are  probably  an  order  of  magnitude  less  than  the  conductive  terms  [l]^,  they  can  be  completely 
eliminated  by  cessation  of  blood  flow.     The  thermal  properties  immediately  upon  cessation  of  the  blood 
flow  closely  approximate  the  in- vivo  condition  since  the  brain  is  still  viable  for  a  few  minutes. 

A  recent  survey  by  Chato[2]  has  shown  that  only  a  limited  amount  of  thermal  conductivity  and 
diffusivity  data  is  available  for  biological  materials  and  the  measurements  made  on  internal  organs  have 
been  performed  only  on  in- vitro  specimens.     Comparative  information  on  in-vivo  and  in-vitro  measurements 
is  lacking.    Measurements  of  thermal  conductivity  in  excised  dog  brain  by  Ponder  [3 J  showed  values  close 
to  that  for  water. 


2.    Analytical  Considerations 

A  measurement  of  thermal  diffusivity  can  be  made  by  observing  the  transient  temperature  field  in  a 
particular  media.    As  a  first  approximation,  we  have  considered  the  brain  as  a  homogeneous  media  even 
though  there  is  an  inter-mixture  of  white  and  gray  matter.     So  as  not  to  induce  edge  effects  and  other 
non-symmetrical  effects  which  would  ultimately  perturb  the  temperatiire  field  and  have  to  be  accounted 
for  analytically,  a  line  source  cooling  probe  was  selected  for  the  creation  of  a  temperature  field  in 
the  brain.     The  heat  conduction  equation  expressed  in  cylindrical  coordinates  takes  the  form: 

dt  dr"^         r  dr         r^  39"^  dz"^ 
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where  T  =  T(r,  6,  z)  is  the  temperature  at  r,  6,  and  z;  t  is  time,  d  is  density,  c  is  specific  heat,  X  is 
thermal  conductivity,  r  is  the  radial  distance  from  the  probe,  z  is  the  distance  from  the  surface  of  the 
brain,  and  6  is  the  angular  location.     The  thermal  diffusivity  (a)  is  equal  to  A/dc  and  has  the  units  of 
mm^/sec.    Note  the  absence  of  a  convective  term  for  blood  flow. 


3.     Experimental  Apparatus 

A  schematic  diagram  of  the  experimental  apparatus  is  shown  in  figure  1.    An  anesthetized  cat  was 
mounted  in  a  sterotaxic  frame.     The  sterotaxic  atlas  for  cat  brain  gave  a  reasonably  good  indication  of 
where  the  line  source  cooling  probe  should  be  placed  in  attempting  to  avoid  such  areas  as  the  fluid 
filled  ventricles.    A  location  6  mm  anterior  to  the  ear  bars  and  8  mm  from  the  mid-line  was  selected  for 
the  experiments  so  that  most  measurements  would  be  in  white  matter.    A  portion  of  the  skull  was  removed 
in  this  area  and  the  0.5  mm  diameter  stainless  steel  cooling  probe  was  inserted  vertically  22  mm  into  the 
brain. 

A  linear  array  of  five  0.2  mm  diameter  stainless  steel  shielded  chromel-constantan  thermocouples 
were  mounted  in  a  rotatable  three-dimensional  traverse  which  permitted  measurement  of  the  field  with 
respect  to  r,  G,  and  z.     The  first  thermocouple  in  the  array  was  positioned  1  mm  from  the  cooling  probe, 
the  next  two  each  1  mm  further  away  and  the  last  two  each  2  mm  away,  allowing  temperature  measurements 
up  to  7  mm  from  the  probe.     Enough  of  the  skull  was  removed  to  permit  the  thermocouple  array  to  be  swung 
through  an  angle  (O)  of  90  degrees.    Thus,  for  a  given  position  of  the  thermocouples,  five  values  of  the 
temperature  field  were  obtained  along  the  radial  distance  (r)  from  the  probe  at  a  particular  set  of  Q 
and  z  coordinates.     The  portion  of  the  exposed  brain  was  covered  with  absorbent  cotton  soaked  with 
mineral  oil  to  diminish  any  vertical  gradients  due  to  a  convective  transfer  to  the  air.     Extreme  care 
was  exercised  in  positioning  the  probe  and  thermocouples  to  insure  that  they  were  mutually  parallel.  The 
thermocouples  were  calibrated  against  a  mercury  thermometer  of  an  accuracy  of  O.l^C. 

Heptane  was  circulated  through  the  probe  from  a  constant  temperature  bath.    A  flow  rate  of  approxi- 
mately 80  ml/min  at  200  psi  through  the  stainless  steel  hypodermic    tubing  resulted  in  a  uniform  tempera- 
ture in  the  z  direction  on  the  surface  of  the  cooling  probe  to  within  0.5°C.    A  twelve  channel  multipoint 
recorder  was  used  to  moniter  the  locations  shown  in  figure  1  with  an  accuracy  of  ±  0.25°C.     During  the 
transient  cooling  run  the  recorder  was  adjusted  to  record  only  the  five  free  thermocouples  and  a  single 
probe  temperature  repeatedly  thereby  allowing  a  more  precise  specification  of  the  initial  transient  field. 
The  recording  cycle  was  1.2  sec/point  in  either  mode. 

k.     Data  Analysis  and  Results 

Values  of  the  thermal  diffusivity  (a)  were  obtained  by  calculating  the  value  of  each  of  the  terms  in 
the  transient  heat  conduction  equation  and  then  taking  the  ratio  of  the  time  dependent  term  to  the  spacial 
term.     This  approach  was  taken  for  several  reasons,  namely,  l)  An  exact  solution  of  the  governing 
equation  is  feasible  for  a  one  dimensional  field.     Thus  some  knowledge  of  the  9  and  z  variation  would  be 
required  before  simplification  to  a  radial  dependence  could  be  made.     Even  assuming  a  one  dimensional 
spacial  dependence  the  problem  is  fiirther  complicated  by  the  introduction  of  a  time  dependent  boundary 
condition,  i.e.,  the  cooling  probe  requires  about  ko  seconds  to  reach  its  steady  state  value.     2)  In 
order  to  acquire  an  appreciation  for  the  manner  in  which  the  temperature  field  develops,  that  is,  a 
knowledge  of  what  time  in  the  transient  field  do  the  varioiis  spacial  dependencies  dominate  would  prove 
extremely  helpful  in  guiding  future  analytical  endeavors. 

A  typical  data  analysis  proceeded  as  follows:     a  point  in  space  was  selected  and  all  rates  of  change 
of  temperature  with  time  and  space  were  evaluated  at  this  point.    The  evaluation  of  dT/dt  can  be  obtained 
directly  from  the  chart  record  while  the  spacial  dependence  of  temperat\ire  is  obtained  by  cross  plotting 
the  data  at  a  given  time.     Typical  sets  of  radial  positions  versus  temperature  curves  are  shown  in  figures 
2-5.     The  initial  state  values  shown  in  figures  3,  ^,  and  5  are  decreased  due  to  absence  of  blood  flow 
as  body  temperature  dropped.    A  complete  set  of  data  was  first  taken  for  the  live  case  followed  by  sets 
of  data  for  the  case  immediately  after  the  animal  expired,  i.e.  within  15  minutes  of  the  cessation  of 
blood  flow,  and  at  1  1/2  and  2  1/2  hours  after  expiration.     Comparison  of  the  radial  dependence  (at  the 
same  9  and  z)  within  60  seconds  and  after  15  minutes  from  the  cessation  of  blood  flow  showed  no 
significant  differences. 

Using  the  Newton  method,  a  polynomial  was  fit  to  the  data  around  the  point  of  evaluation.  Analysis 
of  the  data  showed  the  angular  dependence  to  be  virtually  zero  which  could  partially  be  expected  from  the 
geometrical  symmetry.     The  value  of  the  terms  for  the  data  shown  in  figures  2-5,  evaluated  at  a  radial 
distance  (r)  of  3  mm  from  the  cooling  probe  and  a  vertical  distance  (z)  of  9.1        (which  was  the  approxi- 
mate mid-line  of  the  probe  from  the  brain  surface),  are  summarized  in  Table  1.    Also  shown  in  Table  1  are 
the  values  of  (a)  obtained  from  the  second  experimental  animal. 
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Table 

1.  Summary 

of  transient 

heat  conduction  terms 
Immediately  after  ajiimal  expires 

Time 
t  sec 

3T  °C 
3t  sec 

1  9T  °C 
r  3r  imn 

g2rp    Oq                          g2ip  Oq 

^            Tr^  mm^               Bz"^  mm^ 

1st  animal 

mm^ 

a   

sec 

2nd  animal 
2 

mm 
sec 

5 
20 

-0.201 
—0 . 2h3 
-0.208 

0.267 
1.12 

-2.07  0 

-3,2k  0.50 
-U.20  1.25 

0.112 

0  12U 

0.113 

0.118 

n  "1  0^ 

1  1/2  hours  after  expiration 

5 

-O.lOit 

0.25 

-1.90  0 

0.063 

0.06it 

2  1/2  hours  after  expiration 

5 

-0.0667 

O.lU 

-1.65  0 

O.Ohk 

0.050 

5.     Discussion  .... 

The  results  of  observations  made  on  two  animals  gave  practically  identical  results  for  the  nature 
of  the  temperature  field  and  values  of  thermal  diffusivity  even  though  r,z  location  was  chosen  as  the 
evaluation  point  in  the  second  animal.    Analysis  of  the  values  shown  in  Table  1  indicates  that  the  vertical 
temperatiire  gradient  does  not  contribute  in  the  early  part  of  the  transient.     In  the  latter  part  of  the 
transient  (after  about  10  sec)  heat  transfer  from  the  bulk  of  tissue  below  the  probe  destroys  the  initial 
one  dimensional  cooling  pattern.    Thus,  any  one  dimensional  analytical  solution  would  have  to  be  limited 
to  the  early  transient.     Even  though  the  contribution  of  the  various  terms  varies  with  time  during  the 
transient,  it  shoiild  be  noted  that  the  value  for  (a)  remains  nearly  constant  during  the  transient. 

The  change  in  thermal  diffusivity  during  the  hours  of  the  experiment  is  shown  in  figure  6  and  can  be 
readily  observed  from  figures  3,  k,  and  5  as  a  retardation  of  the  development  of  a  given  temperature  field. 
Diffusivity  values  fairly  close  to  that  of  water  evaluated  at  body  temperature  of  35°C  were  obtained  for 
the  tissue  immediately  after  expiration.    A  drop  in  diffusivity  occ\urs  as  the  tissue  begins  to  deterior- 
ate.   Even  though  a  decrease  in  body  temperature  occurred  in  the  dead  animal  (from  35°C  to  2k°C)  the 
corresponding  thermal  diffusivity  of  water  is  only  slightly  decreased;  thus  implying  that  the  physical 
properties  of  the  tissue  must  be  changing.     Since  we  lack  data  on  d  and  c  it  is  difficult  to  ascertain 
whether  it  is  the  thermal  conductivity  or  the  density-specific  heat  product  (or  both)  that  result  in  a 
decrease  in  diffusivity  with  time. 

In-vlvo  measurements  of  each  q;aantity  (d  and  c)  would  actually  be  required  in  order  to  resolve  this 
point.     It  is  interesting  to  note  that  the  value  of  thermal  conductivity  obtained  by  Ponder  [3]  in  in- 
vltro  experiments  yields  thermal  diffusivity  values  (calculated  by  using  the  density  and  specific  heat 
of  water)  slightly  above  the  value  of  water. 

As  a  first  approximation,  the  brain  thermal  diffusivity  can  be  considered  to  be  that  of  water; 
however,  our  data  indicates  that  the  value  is  probably  different  from  that  of  water.     Possibly  such  a 
difference  is  due  to  the  microscopic  structure  of  the  brain  which  would  invalidate  our  assumption  that  it 
can  be  treated  as  a  homogeneous  medium, 
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Figure  1.    Schematic  representation  of  experimental  facility. 
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Figure  2.    Development  of  radial 
teriiperature  field  in  live  tissue. 
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Figure  4.     Development  of  radial 

temperature  field  in  tissue  1^  hours 
after  cessation  of  cerebral  blood  flow. 
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A  Correlation  for  Thermal  Contact  Conductance  of 
Nominally-Flat  Surfaces  in  a  Vacuum 


C.  L.  Tien 


University  of  California 
Berkeley,  California  94720 


A  semi-empirical  correlation  for  the  thermal  conductance  of  nominally-flat 
surfaces  in  a  vacuum  has  been  proposed  in  terms  of  three  dimensionless  groups,  which 
characterize,  respectively,  the  thermal  contact  conductance,  the  contact  pressure, 
and  the  surface  irregularities.     The  proposed  correlation  is  shown  to  be  supported 
quantitatively  by  previous  analytical  and  experimental  investigations. 


Key  Words:  Thermal  contact  conductance,  thermal  contact  resistance, 
thermal  conductivity,  heat  conduction,  heat  transfer. 


1.  Introduction 

The  problem  of  thermal  contact  conductance  has  received  considerable  attention  in  recent  years. 
Comprehensive  surveys  of  literature  on  the  subject  can  be  found  in  references  [1,2,3,,^]^-     In  particu- 
lar, significant  progress  has  been  made  toward  a  quantitative  analysis  of  thermal  contact  conductance 
in  a  vacuum  environment.    Not  only  is  the  study  of  thermal  contact  conductance  in  a  vacuum  of  great 
importance  in  the  thermal  design  of  spacecrafts,  but  also  it  serves  as  a  logical  starting  point  for  the 
analysis  of  the  more  complex  problem  involving  interstitial  fluids.     Indeed,  impressive  analytical 
groimdwork  has  been  laid  down  by  Clausing  and  Chao  [1,5 ^  for  macroscopic  constriction  resistance  due  to 
surface  waviness  or  flatness  deviations,  and  by  Yovanovich  and  Fenech  [6]  and  Mikic  and  Rohsenow  [7] 
for  microscopic  constriction  resistance  due  to  surface  roughness  of  nominally-flat  surfaces.  Recent 
analytical  attempts  also  considered  the  combined  effect  of  surface  roughness  and  waviness  upon  the 
overall  thermal  contact  resistance  [7^8].    On  the  other  hand,  a  vast  amount  of  experimental  information 
has  become  available  in  recent  years.    While  further  analytical  and  experimental  works  are  needed,  the 
present  state  of  knowledge  seems  to  have  reached  such  a  stage  that  a  workable  engineering  correlation 
could  be  constructed  for  the  thermal  contact  conductance  in  a  vacu\am. 

The  present  paper  is  to  establish  a  correlation  for  the  thermal  contact  conductance  of  nominally- 
flat  metallic  siorfaces  in  a  vacuum  environment.    Accordingly  the  effect  of  surface  waviness  of  flatness 
deviations  is  neglected.    The  correlation,  which  is  based  on  simple  dimensional  consideration,  consists 
of  three  dimensionless  groups  characterizing  respectively  the  thermal  contact  conductance,  the  contact 
pressure,  and  the  surface  irregularities.     It  is  shown  that  the  proposed  correlation  is  in  q^uantltative 
agreement  with  previous  analytical  and  experimental  results. 

2.    Dimensional  Consideration 

Consider  two  similar  petals  of  nominally-flat,  rough  surfaces  in  contact  in  a  vacuum.    For  dissimi- 
lar metals,  it  is  customary  to  proceed  as  in  the  case  of  similar  metals  except  for  the  replacement  of  the 
metallic  physical  property  by  the  harmonic  mean  of  those  of  the  dissimilar  metals.     It  is  possible, 
however,  to  have  other  complications  such  as  directional  effects  [9]  in  the  case  of  dissimilar  metals. 
For  this  reason,  discussions  in  the  present  paper  will  be  restricted  to  the  case  of  similar  metals. 
The  rough  surfaces  under  consideration  are  nominally-flat  so  that  there  exists  no  large-scale  waviness 
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or  flatness  deviations.    Furthermore,  the  surface  irregularities  are  assxaned  to  be  statistically  random 
and  of  Gaussian  type  [lO,ll].    This  is  a  common  assumption  for  most  analyses  involving  rough  surfaces. 
To  describe  such  a  rough  surface  requires  only  two  statistical  parameters,  i.e.,  the  rms  ro\xghness  a 
and  the  autoconvariance  length  a.    These  two  characteristic  lengths  are  related  to  the  rms  slope  m  by 
the  following  relation  [ll]: 

2a2  =  a^m^  .  (l) 

When  two  statistically-independent  rough  sinrfaces  are  put  in  contact,  the  two  characteristic  lengths  are 
defined  by  [7] : 


and 


a2  =  a  2  +  0,2  (2) 


+  0^2)  =  a2(mj2  +  (3) 


It  should  be  noted  that,  when  o,  =  a„  and  m,  =  m,  ,  a  =  a,  =  /2~  o„  and  m  =  ^2""  m,  =  /2~  m„  .  but  still 
20^  =  a^m^. 

To  perform  a  dimensional  analysis  by  use  of  the  Pi  theorem  [12],  it  requires  first  the  identifica- 
tion of  primary  physical  parameters  in  the  physical  problem.    It  is  natural  to  have  thermal  contact 
conductance  h  and  thermal  conductivity  X  as  two  of  the  primary  parameters.    The  two  characteristic 
lengths  a  and  a  for  contact  surface  irregularities  must  also  be  included.    In  addition,  the  surface 
deformation  as  caused  by  contact  pressure  P  must  be  taken  into  account.    For  the  pressure  range  of 
practical  interest,  it  has  been  shown  [6]  that  the  deformation  is  in  the  plastic  range  and  the  charac- 
teristic material  property  is  the  microhardness  H,  which  may  be  conveniently  repiesented  by  three  times 
the  tensile  yield  stress,  i.e.,  H  =  3F^y« 

From  the  above  consideration,  it  can  be  stated  that  the  present  problem  is  characterized  by  the 
six  parameters,  h,    X,    a,  a,  P  and  H.    Indeed  they  represent  the  three  major  phases  of  the  problem, 
thermal  (h,    a),  surface  (a  ,  a) ,  and  deformation  (P,H).    A  straightforward  application  of  the  Pi 
theorem  lesids  to  the  conclusion  that  there  exist  three  dimensionless  groups  and  they  can  be  logically 
expressed  and  related  as 

(^)=b(|)^|)'  ■    ■  ik) 

where  the  constants  b,  c,  and  d  are  to  be  determined  from  theoretical  or  experimental  results.  Based 
on  (1),  the  above  eqxaation  may  be  rearranged  as 

=  ftnS  (P)*^  (5) 

Indeed,  an  equation  of  this  type  has  been  obtained  by  Mikic  and  Rohsenow  [7]  through  their  elaborate 
analysis  of  the  physical  problem.    Their  relation  gives  f  =  0.9^  g  =  1^  and  d  =  l6/l7.    It  should  be 
realized,  however,  that  their  analysis  is  based  on  idealized  physical  models.    For  actual  engineering 
applications,  the  validity  of  the  relation  (k)  or  (5)>  and  the  values  of  its  constajits  must  be  deter- 
mined by  the  Vast  amoimt  of  experimental  data  available  in  the  literature. 

3.    Correlation  of  Experimental  Data  ' 

Most  existing  experimental  data  do  not  contain  sufficient  information  to  conclusively  determine  the 
suggested  correlation.    In  particular,  except  for  the  work  of  MIT  group,  information  concerning  a  or  m 
is  totally  missing.    Furthermore,  all  existing  measurements  of  a  and  m  are  of  doubtful  nature,  since 
they  are  based  on  profilometer  readings.    Bennett.  and.Porteus  [ll]  have  not  only  demonstrated  the  defi- 
ciency in  such  readings,  but  also  developed  an  ingenious  optical  method  for  the  measurements  of  o  and 
m.    The  lack  of  information  on  a  and  m,  however,  does  not  prevent  a  check  on  the  suggested  functional 
relationship  between  (h  aA)  and  (p/h).     Summarized  in  Table  1  are  experimental  investigations  with 
thermal  contact  conductance  data  for  nominally-flat  sizrfaces  in  a  vacuum.    Surfaces  are  classified  here 
as  nominally  flat  if  the  rms  roughness  is  greater  than  one-tenth  of  the  total  flatness  deviation.  Only 
data  for  similar  metals  and  for  clean  surfaces  (without  plating  or  oxide  films)  are  included.  Actual 
data  points  from  various  investigations  are  shown  in  figures  1  and  2  in  terms  of  (ha/A  )  and  (p/h). 

In  view  of  the  wide  range  of  conditions  (pressure,  temperature,  siarface  and  material)  under  which 
data  were  obtained  by  various  investigators,  figures  1  and  2  indicate  quite  convincingly,  if  not  con- 
clusively, that  a  power  relation  does  exist  as 

(^)    (|)^  (6) 

where  d  =  O.85  approximately.    The  deviations  of  experimental  data  from  (6)  at  low  values  of  (p/h)  pro- 
bably result  from  the  waviness  effect,  which  becomes  dominant  at  low  contact  pressures.    The  slight 
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vaxiation  of  data  trend  at  large  values  of  (p/h)  in  some  series  of  data  (notably,  CC.  and  FA. )  could  be 
due  to  a  change  of  deformation  characteristic  from  plastic  to  elastic  range  [6]. 

Rrom  their  analysis  [7],  Mikic  and  Rohsenowhave  obtained  g =  1  in  (5)'    Ihis  power  dependence  on 
rms  slope  m  is  indeed  in  good  agreement  with  their  experimental  data.    This  functional  form  may  also  be 
checked  q^ualitatively  from  the  data  presented  in  figures  1  and  2.    Assuming  g  =  1  and  d  =  O.85,  it 
follows  that  all  investigations  except  for  CC^  have  surfaces  with  a  rms  slope  m  in  the  range  from  0.01 
to  0.13,  or  in  terms  of  angle,  from  l/2  to  10  degrees.    This  seems  to  agree  qualitatively  with  other 
surface  characterization  studies  [19].    The  value  of  m  for  CC^  data  is  extremely  small  (m  =  O.OOOl), 
and  this  could  be  caused  by  an  error  in  their  estimate  of  a  . 

With  given  values  of  g  and  d,  the  correlation  can  now  be  established  from  the  experimental  infor- 
mation.   It  is  thus  proposed  the  following  correlation  for  the  thermal  contact  conductance  of  nominally- 
flat  metallic  surface  in  a  vacuum: 

(^)  =  0.55  m  (|)  (7) 

The  above  correlation  differs  slightly  from  the  analytical  result  of  Mikic  and  Rohsenow  [7],  but  appears 
to  be  in  better  agreement  with  existing  experimental  information. 
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nominally-flat  surfaces  in  a  vacuum 
(data  group  1) , 
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A  quantum  model  of  the  thermal  conductance  of  imperfect  contacts  with  continuiam 
boundary  conditions  is  presented.     The  case  of  a  junction  with  finite  roughness  and 
with  adsorbed  gases  at  the  interface  is  considered.     It  is  shown  that  a  number  of 
parameters  such  as  surface  roughness,  flatness,  oxide  layer  thickness,  adsorbed  gas 
layer  thickness,  and  contact  pressure  can  be  represented  by  a  single  variable  namely 
the  thickness  of  a  compressible  layer  between  adjoining  contact  materials.  Specific 
solutions  obtained  with  the  aid  of  a  computer  for  representative  materials  and  laj'er 
thicknesses  are  in  good  agreement  with  experiment  near  and  above  room  temperatures. 

Key  Words:     Conductance,  thermal  conductance,  thermal  resistivity,  contact 
resistance,  interface  resistance. 


The  resistance  to  the  flow  of  heat  at  the  interface  of  two  materials  placed  together  is  a  well- 
known  and  observable  phenomena.     It  is  a  problem  encountered  in  many  applications.     Much  of  the  publish- 
ed work  in  this  field  has  been  of  an  experimental  nature.     General  correlation  of  data  by  empirical  or 
analytical  models  has  been  a  difficult  challenge  due  to  a  considerable  number  and  variation  of  variables. 
A  few  of  the  important  variables  include  the  relative  flatness  of  the  surfaces  of  the  two  materials  at 
the  interface,  kind  of  material,  contact  pressure,  type  and  degree  of  roughness,  chemical  condition  of 
the  surfaces,  interface  temperature  and  gradient,  and  interstitial  material. 

The  available  experimental  observations  are  highly  specialized  and  information  on  important  test 
variables  is  incomplete  because  of  the  complex  nature  of  the  thermal  contact  problem.     Rather  than 
fight  these  variables  in  the  accepted  manner  one  at  a  time,  perhaps  it  might  prove  fruitful  in  this  case 
to  join  the  variables  into  one  parameter  and  attempt  to  determine  the  functional  dependence  of  this 
parameter  in  a  self-consistent  general  model.     The  purpose  here  is  to  present  a  general  model  for  thermal 
contacts,  and  to  evaluate  the  model  and  a  few  characteristics  of  the  thermal  contact  problem.  Evalua- 
tion is  made  on  the  basis  of  some  of  the  recent  literature,  although  a  survey  or  critical  evaluation  of 
the  literature  is  not  attempted  here  by  any  means.    Before  developing  a  model  for  an  imperfect  contact 
with  interstitial  gas  or  oxide,  the  classical  model  for  a  single  perfect  interface  is  reviewed. 


Consider  the  thermal  resistance  imposed  by  two  semi-infinite  isotropic  similar  or  dissimilar  mate- 
rials placed  together  as  in  figure  1  when  a  heat  flux  is  maintained  across  a  perfect  interface.     It  is 
assumed  here  that  the  energy  transport  across  the  interface  is  due  to  phonons  having  discrete  energy  of 
hoo  rather  than  electrons.     This  assumption  has  some  justification  in  the  subsequent  considerations  of 
imperfect  contacts. 

The  transmitted  energy  from  media  1  to  media  2  per  element  of  area  and  time  is 


where  e  is  the  directional  transmission  coefficient,  and  I^  is  the  energy  intensity  of  the  phonons  in 
media  1  striking  the  interface  per  elemental  solid  angle.      The  integration  is  over  the  solid  angle  S. 
The  energy  intensity  striking  the  interface  per  elemental  solid  angle  in  media  1  is 


1. 


Introduction 


2. 


Perfect  Interface 


(1) 
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where  E^^  is  the  energy  density  in  media  1  and  the  factor  c  cos9/4it  gives  the  fraction  of  phonons  strik- 
ing the  interface  per  elemental  solid  angle,  time  and  unit  area  of  interface.     Only  the  longitudinal 
phonon  model  with  velocity  c^  is  indicated  here.  The  elemental  solid  angle  can  be  expressed  as 

dS  =  sineded(j).  (3) 


Substituting  eqs.   (2)  and  (3),  eq.   (1)  becomes 


2iT       fir/2      E  c 

e  —          cosesined9d(|).  •  (4) 


0-'  0 


4tt 


Equation  (4)  may  be  rewritten  as 


where 


E  c 

q^_2  =  ^    r(0  (5) 


fOmax 

r(E)  =  e  cose  sine  dS  (6) 


is  the  integrated  transmission  coefficient  for  the  case  of  the  perfect  interface  as  considered  by  Little 

[1]1  with  9        determined  by  sin  9,  =  c,/c^  for  c  <c.  and  by  9        =  tt/2  for  c  >c^.     As  indicated  in 

max  1.       1     2  .    .     1  .2  max  1  2 

figure  1,  the  directional  transmission  coefficient  is 


4  z  z 

£  -   


(z^+z^) 


^=1 


etc. 


where  p^^  is  the  density  of  media  1. 

The  energy  density  E^  of  phonons  in  media  1  as  derived  in  texts  such  as  Kittel  [2]  for  Bose-Einstein 
energy  distribution  is 

k^Ti^  I -  3 


^1  =  ,3  %      2  ,       -  dx 

n  c^     ZTt  'o  (.exp  x  -1) 


where 

Ro)  ho 
X  =  Ft     ,  X 


max 


max  kT 

and  the  maximum  frequency  '^^^^^  is  assumed  to  be  determined  by  the  periodic  spacing  of  the  structure  of 
the  material  if  known,  or  by  the  Debye  temperature  of  the  material.     The  symbol  R  denotes  Planck's 
constant  divided  by  27i  and  k  is  the  Boltzmann  constant. 


■''Figures  in  brackets  indica      the  literature  references  at  the  end  of  this  paper. 
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The  derivation  of  the  corresponding  equations  for  each  of  the  two  transverse  modes  is  similar  to  the 
preceding  except  that  the  transverse  velocities  c^^^  and  c^^  are  substituted  for  the  longitudinal  veloc- 
ities       and  Cj  in  all  of  the  above  expressions. 

As  indicated  by  Little  [1],  the  above  description  of  quantized  energy  density  seems  to  be  quite 
accurate  within  the  material  but  does  not  describe  contact  conductances  very  well.  Observed  contact 
conductances  are  much  less  than  suggested  by  the  single  perfect  interface  model.  In  order  to  better 
represent  actual  imperfect  contacts,  a  plane  layer  with  two  interfaces  will  be  incorporated  into  the 
model  next.  This  plane  layer  will  represent  interstitial  gases  or  oxides  and  their  effect  will  be  sub- 
sequently evaluated. 

3.     Imperfect  Contact  Represented  by  a 
Layer  with  Two  Interfaces 

Next,  consider  the  resistance  caused  by  two  planes  with  another  plane  layer  of  material  between 
them  when  a  heat  flux  is  maintained  across  both  interfaces  as  indicated  in  Figure  2.     The  transmitted 
energy  from  media  1  per  element  of  area  and  time  is 

q-^_2  =  ct  I^dS  (8) 


where  a  is  the  overall  transmission  coefficient  for  a  layer  with  two  interfaces  and  1^^  and  S  are  as  de- 
fined for  the  single  interface  case.    Hence,  using  eqs .  (2),  (3),  and  (7)  in    eq.  (8)    we  have 

f2TT     j-e  max 

q,   ,  =  a  -^-i  cose, sine, de,d(().  (9) 

For  plane  waves  and  a  plane  isotropic  non-dissipative  layer,  the  transmission  coefficient  a  according  to 
Holt  [3]  is 

^^1^2^3 

^  ^  ^    (10) 


(zl+zl)(zl+zl)  +  ^Z^Z^Zg  +  (Z^-Z^XZ^-Zg)  cos(i+K  ^  cose^) 


where  oo  is  the  frequency,  c  is  the  characteristic  or  acoustic  velocity,  d  is  the  thickness  of  the  layer, 
and  Z  is  as  defined  before.     The  limitation  on  e  is  taken  as 

sin  e^      <_  1      for  c^^  >  c^ 

sin  e^^      _<  Cj^/Cg      for  c^  <  c^. 


Equation  (9)  may  be  written  as 


^1=1 

-4-^r(cc)  ■    .  (11) 


r(a)  =  ^      J  "'^'^      J       "^'^  a(a),9  )E^(a))cose^sine^de^da)  (12) 
■"■0  0 

where  r(a)  is  the  integrated  transmission  coefficient  for  this  case.  The  functional  dependence  has  been 
indicated  in  parentheses.     Since        appears  in  both  the  numerator  and  denominator  of  eq.  (11),  the 

coefficient  in  eqs.  (11)  and  (12)  may  be  evaluated  using  an  infinite  upper  limit  in  eq.  (7)  giving 

E  ,(00)  =   ±—   .  (13) 

^  30h  c^ 
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Substituting  eq.   (13)  into  eqs .   (11)  and  (12) 

4  2 

(kT  )^/ 

50R 

3  3 

30R                fu          fO  ^3  -I 

1             max       1  max  noj        ^  J-  n  q-qjqj 

-  (kT^)  c^2.      ^  1_^ 


where  a  is  given  by  (10).     The  transmission  coefficient  for  the  two  transverse  modes  is  found  by  siibsti- 
tuting  the  transverse  velocity  of  propagation  in  place  of  the  longitudinal  velocity.     Equation  (15)  was 
integrated  with  the  aid  of  a  computer  program  for  several  materials  with  layer  thickness  as  a  parameter. 
In  evaluating  the  impedances  Z^,        and  Z^ ,  the  relationships  between  the  angles  of  incidence  and  re- 
fraction were  expressed  as 

-1  "2 
6^  =  sin      ( —  sine,  ) 

2  c^  1 

-1    ""3  -1  ^2 

=  sin      ( —  sin  sin      ( —  sin6,)). 

3  c^  =1  1 


Once  the  transmission  coefficient  r(°:)  is  known,  the  net  heat  flow  q"  can  be  determined  as  done  by 
Little  [1]  and  Kittel  [2]  using  eq.   (14)  to  obtain 


k'^T^r(oi)  ,-4  4 
— —     1  2-' 


6OR  c 


1 


(16) 


=  5.0  X  109li^[T;  -  tJ]        w/m^.  (IV) 
=  1 

Expressions  for  the  transverse  modes  are  the  same  except  for  the  velocity  term. 

In  the  development  of  this  plane  layer  model  of  an  imperfect  contact,  local  quantum  theory  has  been 
applied  in  evaluating  the  thermal  energy  density  within  the  contacting  materials,  and  non-local  or 
"global"  continuum  boundary  conditions  have  been  applied  in  evaluating  the  thermal  energy  transport 
across  the  contact  interface.     It  is  assumed  that  phonons  are  the  dominant  mode  of  transport  across 
interstitial  gas  or  oxide.     Subsequent  comparison  with  experiment  supports  this  assumption. 


4.     Comparison  with  Experiment 


The  value  of  the  transmission  coefficient  as  defined  by  eq.  (17)  is  tabulated  in  table  1  for  repre- 
sentative experimental  data  reported  by  Barzelay  et.  al.   [4]  [5]  and  Ozisik  and  Hughes  [6].     The  contact 
pressure  is  indicated.     Data  presented  by  Fenech  and  Rohsenow  [7]  [8],Rogers[9]  and  Fried[10]  was  consid- 
ered in  a  study  of  the  relation  of  layer  thickness  in  the  model  to  the  experimental  variables. 


Table  1.     Experimental  transmission  coefficient.     The  thickness  d  of  an  air  layer  required  for 
agreement  of  computed  values  with  experimental  values  of  the  transmission  coefficient 
is  indicated. 


Case 


Finish 
Microns 
CLA 


P 
psi 


exp 


Steel-Air-Steel 

Al-Air-Al 

SS-Air-SS 


441 
369 
369 


~  3 
~  .75 
~  .9 


20 
7 
7 


7,93xl0-8[6] 
2.32xlO"^[4] 
6.91xlO"^r4] 


9.8x10-0 
8.30x10" 
9.9x10"^ 


764 


Case 


Finish 
Microns 
CLA 


P 

psi 


exp 


SS-Air-Al 
Al-Air-SS 


375 
368 


~  1 
~  1 


90 
90 


8.AlxlO-8[5] 
1.85xlO-7[5] 


5.0x10 
6.0x10 


■10 
■10 


The  thickness  d  of  an  air  layer  required  to  make  computed  values  of  the  transmission  coefficient 
agree  with  experimental  values  is  also  tabulated  in  table  1.     This  required  layer  thickness  was  obtained 
by  plotting  computed  values  of  the  total  transmission  coefficient  r(°:)  as  a  function  of  d  for  each  set 
of  materials  as  illustrated  in  figure  3,  and  then  the  required  value  of  d  can  be  found  corresponding  to 
the  experimental  r(=)  that  satisfied  eq.  (17).     A  computed  value  of  the  total  transmission  coefficient 
r(=:)  including  both  longitudinal  and  transverse  modes  that  could  be  compared  with  experimental  determi- 
nations was  obtained  from 


This  is  the  transmission  coefficient  plotted  in  figure  3.     Note  that  r(»:)  is  a  function  of  d  for  a 
particular  material  arrangement.     This  layer  thickness  d  may  in  turn  be  a  function  of  surface  flatness, 
roughness,  interstitial  gas  or  oxide,  pressure,  temperature,  temperature  gradient,  and  other  variables. 
Thus,  most  of  the  variables  affecting  thermal  conductance  as  studied  by  others  have  been  incorporated 
into  one  parameter,  d.     Dr.  P,  H,  McDonald  first  suggested  this  approach  to  us. 

The  physical  properties  of  the  materials  were  obtained  from  the  Handbook  of  Chemistry  and  Physics 
1966  ed.  and  from  the  American  Institute  of  Physics  Handbook  1963  ed.     Values  of  longitudinal  and  trans- 
verse phonon  velocities  of  propagation  were  obtained  from  tabulations  of  acoustic  velocities. 

The  results  of  comparisons  such  as  those  in  table  1  and  figure  3  are  surprising  in  several  respects. 
First,  the  required  air  layer  thickness  appears  reasonable  and  consistent  with  some  mean  void  that  would 
be  physically  inherent  in  contacts  pressed  together  normally.     Second,  the  reduction  in  conductance 
observed  by  Barzelay  [5]  and  Rogers    [9]  from  stainless  steel  to  aluminum  compared  to  the  conductance 
from  aluminum  to  stainless  steel  (with  other  variables  held  essentially  the  same)  is  predicted  remark- 
ably well  by  the  model!     As  one  evidence,  note  the  nearly  constant  value  of  d  obtained  for  the  last  two 
reciprocal  cases  in  table  1.  This  effect  would  not  occur  if  there  was  no  air  or  oxide  layer. 

Also,  the  effect  of  contact  pressure  is  predicted  with  some  success  by  treating  the  layer  as 
compressible  with  thickness  d  inversely  proportional  to  pressure.     This  has  some  basis,  particularly  in 
the  elastic  region  of  behavior  of  the  materials.     Relative  elastic  strengths  of  dissimilar  contacting 
materials  are  undoubtedly  a  significant  factor  in  some  instances.     In  cases  such  as  the  specific  example 
in  figure  3,  the  effect  of  pressure  usually  appears  to  be  less  than  it  is  for  smoother  surfaces  with  a 
smaller  "d"  where  a  "compressible  layer  model"  suggests  r(o:)  or  conductance  roughly  proportional  to 
applied  pressure  over  a  somewhat  steeper  portion  of  the  curve  in  figure  3  in  qualitative  agreement  with 
a  number  of  observations.     The  observation  of  conductance  increasing  exponentially  with  pressure  by 
Weills  and  Ryder  [11]  for  smooth  aluminum  and  bronze  appears  consistent  with  the  compressible  layer  model 
since  d  and  a  steep  slope  on  a  curve  such  as  Figure  3  is  consistent  with  their  results. 

Even  for  thermal  contacts  in  vacuum,  some  oxide  or  adsorbed  gas  will  undoubtedly  be  present  at  the 
interface.     The  "mismatch"  of  an  oxide  layer  is  much  less  than  for  the  air  layer  considered  above,  and 
calculated  conductances  are  much  greater.  No  such  marked  increase  has  been  reported  for  smooth  flat  sur- 
faces in  vacuum  by  Fried  [10].  Adsorbed  gases  are  inherent  even  in  vacuum,  and  to  a  phonon  with  charac- 
teristic wavelength  less  than  100  Angstroms  even  optically  flat  surfaces  do  not  look  flat. 

More  detailed  comparisons  and  evaluations  are  being  made,  particularly  for  the  role  of  surface 
roughness  on  the  equivalent  layer  thickness  for  the  model  described  here.    However,  experimental  data 
is  not  abundant  and  often  is  by  necessity  incomplete  or  insufficient  to  establish  a  definite  pattern 
that  either  qualifies  or  disqualifies  a  theory.     The  effect  of  relative  surface  flatness  is  a  particu- 
larly distressing  variable.     If  the  layer  thicknesses  on  the  order  of  100  Angstroms  indicated  by  the 
model  developed  here  are  indeed  representative  of  actual  contacts  ,  relative  flatness  may  be  an  important 
variable  as  pointed  out  by  Ozisik  and  Hughes  [6]  even  for  "optically  flat"  surfaces  considered  by  Fried 
[10]  who  noted  that  optically  polished  contacts  are  the  least  reproducible,  particularly  in  a  vacuum. 
This  is  to  be  expected  according  to  the  case  considered  in  figure  3  where  the  thinner  the  layer,  the 
more  sensitive  the  transmission  coefficient  is  to  layer  thickness.     Conversely,  for  a  thicker  effective 
layer  such  as  sawtooth  milled  surfaces  might  provide,  observations  should  be  more  reproducible  because 
the  transmission  coefficient  would  be  less  sensitive  to  changes  in  effective  layer  thickness  brought 
about  by  changes  in  contact  pressure.     This  would  correspond  to  the  region  for  d  >  10-7  ni  in  figure  3. 
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This  does  not  necessarily  mean  that  investigation  of  this  reproducible  region  will  provide  greater  under- 
standing of  contact  heat  transfer  phonomena.     The  non-reproducible  region  may  reveal  more. 

The  model  presented  here  can  be  more  easily  applied  to  specific  cases  with  some  approximation  by 

evaluating  TCa)  in  eq .   (17)  for  normal  incidence  (9,   =  0)  and  taking  an  infinite  upper  limit  for  u 

,  ,     I  max 

so  that  E     (oj)  becomes  E     (■»)  as  defined  by  eq.  (13). 


5.     Summary  and  Conclusions 

A  general  model  for  thermal  contact  conductance  is  presented  in  terms  of  one  parameter,  an  equiv- 
alent effective  gas  or  oxide  layer  thickness  that  is  a  function  of  the  several  variables.     Local  quantum 
concepts  have  been  applied  in  determining  the  thermal  energy  or  phonon  density  within  the  material  and 
non-local  continuum  boundary  conditions  have  been  superimposed  to  evaluate  the  energy  transport  across 
the  contact  interface.     It  is  shown  that  some  of  the  wide  variation  in  observations  is  to  be  expected 
due  to  a  marked  increase  in  energy  transmission  with  decreasing  effective  layer  thickness  ,  with  trans- 
mission very  sensitive  to  small  changes  in  the  effective  layer  thickness  for  the  thin  layers  associated 
with  smooth  flat  surfaces.     The  data  considered  that  have  a  strong  dependence  on  contact  pressure  fall 
in  this  sensitive  region  and  the  observed  behavior  is  consistent  with  treating  the  layer  as  being 
compressible.     The  effective  layer  thicknesses  required  to  make  the  model  agree  with  experiment  are 
roughly  on  the  order  of  10-8  xn  (100  Angstroms)  so  optically  flat  surfaces  may  be  far  from  being  ther- 
mally flat  since  variations  of  10-8  ni  may  affect  conductance  appreciably.     The  difference  reported  for 
the  net  conductance  from  aluminum  to  stainless  steel  compared  to  the  reciprocal  arrangement  of  stainless 
steel  to  aluminum  is  predicted  by  the  model.     A  determination  of  the  functional  dependence  of  the  effec- 
tive layer  on  the  several  variables  has  not  been  attempted,  even  so  the  model  presented  here  should  be 
useful  in  evaluating  experiments  and  in  determining  how  to  best  change  some  of  the  important  variables 
in  order  to  increase  or  decrease  thermal  conductances  reproducibly . 
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Figure  3.     Illustration  of  procedure  for  determining 
the  equivalent  layer  thickness  d  required 
to  make  the  theory  agree  with  experiment. 
(A)  Steel-Air-Steel  ground  surface,  d  = 
9.8  X  10      m,  r  =  7.93  x  10     .     (B)  Stain- 
less Steel-Air-Stainless  Steel  ground  sur- 
face, d  =  9.9  x  lO"    m,  r  =  6.91  x  lO"  . 
(Cases  1  and  3  in  table  1). 
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ultrasonic  Measurement  of  the  Thermal 
Conductance  of  Joints  in  Vacuum! 
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This  paper  presents  the  results  of  a  preliminary  study  of  the 
feasibility  of  employing  ultrasonics  for  the  determination  of  the 
thermal  conductance  of  mechanical  interfaces  in  vacuum.  Simul- 
taneous measurements  of  the  ultrasonic  transmission  and  thermal 
conductance  of  two  test  interfaces  were  performed.     The  corre- 
lation between  ultrasonic  transmission  and  thermal  conductance  is 
presented  for  each  interface  and  a  method  for  generalizing  these 
correlations  is  discussed.     It  is  shown  that  ultrasonic  trans- 
mission of  an  interface  is  a  sensitive  indicator  of  its  thermal 
conductance  in  vacuum  and  that  it  may  be  possible  to  correlate  the 
equivalent  interfacial  thickness  with  measurements  of  surface 
topography . 

Key  Words:  Conductivity,  interface  resistance,  interfacial 
conductance,  thermal  conductivity,  ultrasonic  transmission, 
ultrasonics 


1.  Introduction 

In  vacuum  at  ordinary  temperature  levels  the  conduction  of  heat  through  a  small 
portion  of  the  nominal  contact  area  where  two  mated  members  are  in  actual  physical  con- 
tact alone  determines  the  thermal  conductance  of  a  mechanical  interface. 

Because  of  the  complexity  of  the  topography  of  real  surfaces,  there  seems  to  be  no 
reliable  way  to  predict  actual  contact  area,  or  the  variation  of  contact  area  with 
applied  pressure,  from  measurements  of  the  surface  topography  of  mated  members  and  of 
material  properties.     Since  actual  contact  area  is  the  most  important  single  factor 
affecting  the  thermal  conductance  of  an  interface,  little  success  can  be  seen  for  theo- 
retical studies  of  thermal  contact  conductance.     It  is  suggested,  therefore,  that  an 
empirical-experimental  approach  which  in  some  ways  takes  into  account  the  actual  physi- 
cal contact  area  of  an  interface  between  mated  members  will  meet  with  greater  success 


2. 

The  thermal  contact  conductance  (h.) 


Theory 

of  a  joint  is  defined  as 


=  -2-  (1) 

AAT  ^  ^ 


where  Q  is  the  total  rate  of  heat  transferred  across  the  joint,  A  is  its  nominal  contact 
area  and  AT  is  the  temperature  difference  across  the  joint  (which  is  usually  determined 
by  extrapolating  the  temperature  distribution  in  each  of  the  mated  members  to  the 
nominal  location  of  the  interface) .     An  expression  for  the  heat  transferred  across  the 
interface,  similar  in  form  to  the  one-dimensional  heat  flow  equation,  may  be  written  as 
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(2) 


where  k  is  the  thermal  conductivity  of  the  mated  members  (for  the  present  discussion 
taken  to  be  identical  materials) ,  A    is  the  actual  contact  area  between  the  mated 
members  and  AX  is  the  equivalent  incerfacial  thickness  over  which  the  temperature 
difference  AT  occurs.     The  above  equation  is  in  fact  the  defining  equation  for  AX. 

By  eliminating  Q/AT  between  Eqs .   1  and  2  the  following  dimensionless  relation  is 
obtained: 


h.AX  A 
J      =  _i 
k  A 


(3) 


This  expression  relates  the  thermal  conductance  to  the  fraction  of  the  area  in  actual 
contact  (Aq/ A) ,  and  the  equivalent  interfacial  thickness  (AX).     Both  of  these  parame- 
ters (Aa/A  and  AX)  are,  in  general,  functions  of  the  topography  of  the  mated  surfaces, 
the  nominal  pressure  applied  to  the  joint,  and  the  physical  properties  (yield  strength, 
modulus  of  elasticity,  etc.)  of  the  mated  materials.     Since  it  is  clear  from  Eq.   3  that 
the  thermal  conductance  of  an  interface  is  linearly  dependent  on  the  thermal  conductiv- 
ity of  the  material,  and  since  it  is  reasonable  to  suppose  that  AX  and  Aa/A  are  not 
functions  of  thermal  conductivity,  the  role  of  thermal  conductivity  on  the  interface 
conductance  (at  least  for  identical  mated  materials)  need  not  be  discussed  further. 

If  a  beam  of  ultrasonic  waves  is  projected  normal  to  a  mechanical  interface,  a 
portion  of  the  beam  will  be  reflected  by  the  interface  and  the  remaining  portion  will 
be  transmitted  across  the  interface.     Past  experience  with  ultrasonics  tends  to  support 
the  contention  that  the  fraction  of  the  incident  ultrasonic  energy  that  is  transmitted 
across  the  interface  depends  only  on  the  fraction  of  the  nominal  joint  area  which  is  in 
actual  physical  contact.     If  this  be  the  case,  it  is  quite  likely  that  for  any  particu- 
lar interface,  the  percent  transmission  of  ultrasonic  energy  across  the  interface  will 
bear  a  definite  relationship  to  the  thermal  conductance  of  the  interface. 

One  could  determine  experimentally  the  relationship  between  the  ultrasonic  trans- 
mission and  the  thermal  conductance  by  measuring  both  for  a  particular  interface,  and 
these  measurements  could  be  repeated  for  varying  degrees  of  contact  pressure.  In  this 
way  curves  of  interfacial  thermal  conductance  and  ultrasonic  transmission  as  functions 
of  contact  pressure  could  be  generated  for  a  particular  interface.  These  curves  could 
then  be  cross-plotted  to  yield  a  curve  of  thermal  conductance  as  a  function  of  ultra- 
sonic transmission.     (This  procedure  will  be  illustrated  later). 

In  general,  the  relationship  between  the  thermal  conductance  of  a  joint  and  its 
ultrasonic  transmission  will  be  different  for  different  surface  finishes  even  though 
the  actual  contact  area  might  be  the  same.     This  is  seen  from  Eq.   3.     There  is  a 
characteristic  length  dimension  (AX)  associated  with  each  interface.     The  relationship 
between  the  thermal  conductance  of  an  interface  and  its  ultrasonic  transmission  could 
be  determined  experimentally  (as  described  above)  for  a  variety  of  joints  with  different 
surface  topographies.     In  this  way  it  would  be  possible  to  generate  a  set  of  "Corre- 
lation Curves"  relating  the  thermal  conductance  to  ultrasonic  transmission  for  mechani- 
cal interfaces  over  a  range  of  typical  surface  topographies.     The  existence  of  such 
correlation  curves  would  allow  the  determination  of  the  thermal  conductance  of  a 
particular  interface  from  a  simple,  fast,  inexpensive  measurement  of  ultrasonic  trans- 
mission and  a  knowledge  of  the  surface  topography.     No  knowledge  of  the  contact 
pressure  is  required.     Hopefully,  the  correlation  curves  would  not  be  greatly  dependent 
on  stirface  topography  so  that  interpolation  between  correlation  curves  could  be  made 
without  introducing  significant  error. 

It  may  be  possible  to  generalize  the  ultrasonic  transmission  technique  further, 
thereby  making  it  an  even  more  powerful  tool.     If  the  transmission  of  ultrasonic  energy 
across  a  mechanical  interface  is  indeed  a  function  only  of  the  fraction  of  the  nominal 
area  actually  in  contact,  then  Eq.   3  can  be  written  as 


h.AX  A 

-J        =  _a  =  F(T)  (A) 

k  A 
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where  F  is  a  imiversal  function  of  T,  the  ultrasonic  transmission.     If  a  correlations 
between  the  equivalent  interfacial  thickness   (AX)  and  easily  measurable  properties  of 
sijrface  topograph  (i.e.  waviness,  roughness,  etc.)  could  be  obtained  and  if  the  varia- 
tion of  AX  with  percent  contact  area  (or  with  ultrasonic  transmission)  could  be  de- 
termined, it  would  be  possible  to  experimentally  determine  the  function  F.     Thus,  the 
set  of  correlation  curves  discussed  above  could  be  replaced  by  a  single  universal  re- 
lationship between  interface  thermal  conductance  and  ultrasonic  transmission  (h-;AX/k 
versus  T). 

It  is  of  interest  to  discuss  a  method  by  which  the  required  correlation  between 
the  equivalent  interfacial  thickness  AX  and  surface  topograph,  and  the  dependence  of  AX 
on  T  (or  Aa/A)  might  be  determined.     If  the  ultrasonic  transmission  is  indeed  a  function 
only  of  actual  contact  area,  then  according  to  Eq.  3,  any  difference  in  the  thermal  con- 
ductance of  two  interfaces  with  the  same  actual  contact  area  (same  ultrasonic  trans- 
mission) is  due  to  differences  in  the  equivalent  interfacial  thicknesses,  AX.     If  the 
subscripts  1  and  2  represent  two  joints  with  different  surface  topography,  then  from 
Eq.  3 

^a  ^1 
h.,   =  (-^)  — ^ 
Jl       'a  \  (AX)i 


h.„  =  (_S)  — f— 

J2         A '2  (AX)2 


For  identical  materials  (k^  =  k2)  and  for  equal  percent  contact  area  (Aa/A)]_  =  {A^/ A)  2 
or  (T-|^  =  T2)  ,  it  is  clear  that 


(AX)2  h^ 


(AX)^  h.2 


(5) 


This  ratio  of  equivalent  interfacial  thicknesses  can  be  determined  for  any  two  inter- 
faces by  a  point  to  point  division  of  the  experimentally  generated  curves  of  thermal 
conductance  versus  ultrasonic  transmission.     This  procedure  will  result    in  a  curve  of 
(AX) 2  /  (AX)-j^  versus  transmission  coefficient,  T.     At  this  point  it  should  be  noted 
that  this  procedure  will  only  allow  determination  of  the  ratio  of  two  equivalent  inter- 
facial lengths  as  a  function  of  ultrasonic  transmission.     It  is  not  possible  to 
determine  only  AX  as  a  function  T.     This,  however,  presents  no  problem  since  Eq.  4  may 
be  written  as 

'^i^r  AX 

-J^.§-  =  Fm  (4a) 


where  AX    is  associated  with  an  arbitrarily  chosen  interface  to  which  all  others  are 
compared. 

It  is  reasonable  to  suppose  that  by  comparing  the  experimentally-determined  ratio 
of  equivalent  interfacial  thicknesses  to  parameters  describing  the  surface  topology 
(such  as  root -me an -square  roughness,  waviness  amplitude,  etc.)  it  may  be  possible  to 
relate  the  equivalent  interfacial  thickness,  AX,  of  an  interface  to  an  easily  measurable 
parameter  describing  the  surface  topography  of  the  mated  members. 


3.     Experimental  Program 

With  the  preceding  theory  as  background,  a  program  was  undertaken  with  the  follow- 
ing objectives: 

(1)  To  construct  an  apparatus  capable  of  simultaneously  obtaining  measurements  of 
thermal  conductance  and  ultrasonic  transmission  of  test  interfaces  in  a 
vacuum  environment . 

(2)  To  establish  the  existence  of  the  relationship  between  interface  thermal  con- 
ductance and  ultrasonic  transmission  for  a  number  of  interfaces  having 
different  surface  topographies. 
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No  direct  attempt  was  to  be  made  to  investigate  the  feasibility  of  generalizing  the 
ultrasonic  technique  to  all  surface  topographies  and  material  properties.     However,  as 
will  be  seen  below,  the  results  of  the  present  program  are  useful  to  this  end. 

A  detailed  description  of  the  experimental  apparatus  (both  thermal  and  ultrasonic) 
and  of  the  experimental  procedure  are  presented  in  the  Appendix.     The  study  was  limited 
to  interfaces  in  which  the  mated  members  were  constructed  of  the  same  material  (Armco 
Iron)  and  each  member  of  a  pair  has  the  same  nominal  surface  topography.     Two  inter- 
faces were  tested;  one  with  turned  surfaces,  the  other  with  ground  surfaces.     A  pro- 
filometer  measurement  of  the  surface  topography  of  each  of  the  mated  members  was  ob- 
tained.    Both  the  theirmal  conductance  and  ultrasonic  transmission  were  measured  for 
each  interface  over  a  wide  range  of  nominal  contact  pressures  (0  -  3500  psi) . 

In  figure  1  are  shown  both  the  thermal  conductance  and  ultrasonic  transmission  as 
functions  of  the  nominal  contact  pressure  for  interface  No.  1  (turned  surfaces).  The 
corresponding  data  for  interface  No.   2  (ground  surfaces)  are  given  in  figure  2.  The 
ultrasonic  energy  transmitted  across  the  interface  is  shown  as  a  fraction  of  the  energy 
transmitted  at  the  highest  contact  pressure,  and  thus  it  varies  between  0  and  1,  The 
data  of  figures  1  and  2  have  been  cross-plotted  in  figure  3  to  show  the  relationship 
between  thermal  conductance  and  ultrasonic  transmission  for  each  of  the  two  joints. 
These  relationships  indicate  that  ultrasonic  transmission  is  a  sensitive  indicator  of 
joint  thermal  conductance. 

The  profilometer  measurements  indicated  that  the  mated  members  of  interface  No.  1 
had  a  waviness  amplitude  of  about  150  micro-inches  and  a  roughness  amplitude  of  about 
150  micro-inches.     Interface  No.   2  had  a  considerably  smaller  waviness  amplitude, 
about  25  micro-inches,  and  a  roughness  amplitude  of  about  100  micro- inches , 

The  ratio  of  equivalent  interfacial  lengths  (AX) 2/ (AX),   as  given  by  Eq.  5  is  shown 
in  figure  4.     This  curve  was  obtained  by  point-to-point  division  of  the  two  relation- 
ships between  the  thermal  conductance  and  ultrasonic  transmission  shown  in  figure  3. 
This  ratio  remains  fairly  constant  over  the  entire  range  of  ultrasonic  transmission 
(percent  contact  area) . 

While  these  preliminary  data  do  illustrate  the  techniques  involved  in  the 
determination  of  AX  as  a  function  of  T,  they  do  not  provide  enough  information  to  draw 
concrete  conclusions.     Many  more  experiments  of  this  nature  are  required.     It  is 
difficult  with  only  a  single  set  of  data  to  speculate  about  the  relation  between  the 
ratio  of  equivalent  interfacial  lengths  and  the  surface  topography.     For  the  present 
tests  (AX) 2/ (AX) ^  had  a  value  of  about  0.6.     The  ratio  of  waviness  amplitudes  for  the 
two  interfaces  was  about  0.17  and  the  ratio  of  roughness  amplitudes  was  about  0.67. 
This  tends  to  confirm  intuition  that  the  equivalent  interfacial  length  AX  is  strongly 
dependent  on  the  roughness  amplitude,  and  only  weakly  related  to  waviness  amplitude. 
However,  much  more  data  must  be  gathered  before  any  definite  statements  can  be  made  as 
to  the  exact  relationship  between  surface  topography  and  equivalent  interfacial  length. 

In  siimmary ,  the  experimental  program  has  yielded  two  significant  results.  These 

are : 

1.  Ultrasonic  transmission  of  an  interface  is  a  sensitive  indicator  of  its 
thermal  conductance  in  vacuum. 

2.  Preliminary  investigations  indicate  that  it  may  be  possible  to  generalize 
the  ultrasonic  evaluation  of  thermal  conductance  of  joints  by  correlating 
the  equivalent  interfacial  length  with  measurements  of  surface  topography. 
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5 .  Appendix 

The  technique  employed  to  measure  the  thermal  conductance  of  an  interface  consist- 
ed of  passing  heat  axially  along  a  pair  of  mated  cylinders  (1-1/16"  diameter,  2-1/2" 
long) .     The  steady-state  temperature  distribution  in  each  cylinder  was  obtained  with  a 
precision  potentiometer  and  36-gage  copper-Constantan  thermocouples  at  three  axial 
positions  of  each  cylinder.     Since  the  mated  members  were  of  a  standard  material  (Armco 
Iron) ,  the  heat  flow  through  the  interface  was  determined  from  the  constant  temperature 
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gradient  in  the  mated  members  and  their  known  thermal  conductivity.     The  temperature 
drop  across  the  interface  was  obtained  by  extrapolating  the  temperature  distribution 
in  each  member  to  the  nominal  location  of  the  interface.     An  electrical  heater  (with  a 
PVC  insulator)  and  a  water  cooled  sink  (both  copper)  were  provided  at  the  top  and 
bottom  of  the  stack,  respectively.     All  tests  were  performed  near  room  temperature. 

A  sketch  of  the  stack  arrangement  is  shown  in  figure  5.     The  ultrasonic  trans- 
ducers, which  were  gold-plated  quartz  crystals  3/8"  in  diameter  and  approximately  1/16" 
thick,  were  positioned  centrally  on  the  back  faces  of  the  mated  members.     Since  an 
ultrasonic  beam  does  not  diverge,  only  the  central  3/8"  diameter  of  the  test  inter- 
faces (127o  of  the  interface  area)  was  surveyed  by  the  ultrasonics  whereas  the  thermal 
measurements  corre'spond  to  the  entire  interface  area.     The  surfaces  were  sufficiently 
uniform  that  this  difference  had  no  significant  effect.     The  transducers  were  held 
firmly  in  place  by  a  spring-loaded  insulator  and  electrical  contact  plate. 

The  entire  stack  was  enclosed  in  a  vacuum  container  equipped  with  provisions  for 
entry  and  exit  of  thermocouple  and  heater  wires,  water  lines,  and  a  bellows  arrange- 
ment on  the  container  cover  for  transmitting  an  externally  applied  load  to  the  inter- 
face.    The  vacuim  was  maintained  by  a  system  consisting  of  a  cold  trap,  diffusion  pump, 
and  fore  pump.     The  vacuum  was  measured  with  a  Pirani  gauge  (2000|j.  to  Ip,)  and  an 
ionization  gauge  (10"-^  torr  to  10"°  torr)  .     The  vacuum  served  two  functions;  one,  to 
remove  the  air  in  the  test  interface,  and  two,  to  prevent  convective  heat  loss  from  the 
stack.     The  tests  were  conducted  at  a  pressure  of  approximately  4  x  10"^  torr.  No 
detectable  heat  loss  from  the  stack  could  be  measured  at  that  vacuum  level. 

The  contact  pressure  on  the  interface  was  varied  by  applying  a  force  on  the  stack 
through  a  bellows  in  the  top  of  the  vacuum  container.     The  force  was  applied  through  a 
ball  joint  by  a  pneumatic  cylinder  actuated  by  a  commercial  nitrogen  bottle.  The 
entire  assembly  was  supported  within  a  yoke.     The  nominal  contact  pressure  of  the 
interface  was  calculated  from  the  nominal  surface  area  of  the  joint,  the  pneumatic 
cylinder  bore,  and  the  gas  pressure  indicated  by  the  pressure  regulator  on  the  nitrogen 
bottle.     There  is  also  a  small  contact  pressure  due  to  atmospheric  pressure  acting  on 
the  bellows.     The  contact  pressure  could  be  varied  from  near  zero  to  well  over  3500 
psi . 

The  ultrasonic  transmission  through  the  interface  was  determined  by  placing 
ultrasonic  transducers  at  each  end  of  the  mated  co-axial  cylinders.     A  short  pulse  of 
ultrasonic  energy  was  directed  at  the  interface  from  one  transducer.     The  energy 
transmitted  through  the  interface  was  received  by  the  other  transducer  and  this  signal 
was  displayed  on  an  oscilloscope.     By  means  of  a  switching  arrangement  it  was  also 
possible  to  obtain  a  measurement  of  the  energy  reflected  from  the  interface.     In  this 
arrangement  a  single  transducer  serves  as  both  the  transmitter  and  receiver.  The 
ultrasonic  transducers  were  X-cut  quartz  crystals  with  a  thickness  resonant  frequency 
of  about  7  megahertz.     The  crystals  were  held  against  the  specimen  by  springs,  and  a 
small  amount  of  petrolevim  jelly  was  applied  to  the  transducers  to  assure  complete 
mechanical  contact.     The  pulse  to  be  transmitted  was  generated  by  an  Arenberg  PG  650C 
pulse  generator  with  a  pulse  tuned  to  the  resonant  frequency  of  the  crystal  and  the 
pulse  duration  set  to  about  5  micro-seconds,  which  is  about  the  minimum  obtainable  with 
this  oscillator.     This  duration  permitted  recovery  of  the  WA600  amplifier  before  the 
reflected  pulse  appeared  from  its  round  trip  to  the  interface.     The  time  delay  of  the 
reflected  pulse  was  approximately  22  micro-seconds.     To  minimize  the  adverse  effects 
of  drift  in  the  pulse  generator  and  amplifier,  the  amplitudes  of  the  reflected  and 
transmitted  pulse  were  measured  immediately  before  and  immediately  after  the  contact 
pressure  on  the  interface  was  changed. 
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Thermal  Resistance  of 
Sapphire-Sapphire  Contact 
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The  transport  of  heat  between  smooth  sapphire  surfaces  has  been 
measured  in  ultra -high  vacuum  in  the  temperature  range  from  15  to 
300°K.  The  contact  consists  of  a  sphere  pressed  against  a  plane  with 
a  variable  load  up  to  5  kp.  The  thermal  resistance  can  be  separated 
into  two  terms:  the  well  known  constriction  resistance  which  is 
mainly  determined  by  the  bulk  resistivity  and  the  boundary  resistance. 
A  theoretical  model  has  been  developed  to  describe  the  last  term.  Two 
parameters  must  be  introduced  to  take  into  account  the  state  of  real 
surfaces.  The  experimental  results  as  a  fxmction  of  load  and  tempera- 
ture are  in  very  good  agreement  with  such  a  model  and  the  influence 
of  different  surface  treatments  is  well  explained.  Further  experi- 
ments are  devoted  to  contacts  between  rough  surfaces. 

Key  Words:  Thermal  contact  resistance,  sapphire  (c><-Al20j), 
thermal  conductivity,  phonon  scattering,  mechanical  contact, 
surface  physics. 


1.  Introduction 

Interest  in  the  thermal  contact  problem  has  increased  in  the  last  years  and  many 
publications  are  devoted  to  the  thermal  conductivity  of  porous  media  and  powders.  Where- 
as measurements  are  rather  easy,  the  theoretical  aspects  are  not  quite  clear  as  a  result 
of  the  complexity  of  the  heat  transfer  mechanisms  and  the  difficulty  of  giving  a  realis- 
tic description  of  the  geometrical  situation.  It  appears  necessary  to  search  for  simple 
experiments  which  are  concerned  with  only  one  mechanism  and  to  investigate  what  theore- 
tical model  is  appropriate  to  give  an  account  of  these  experimental  results.  This  work 
is  devoted  to  the  study  of  the  phonon  flow  through  a  contact  with  a  well  defined  geome- 
trical shape.  An  apparatus  has  been  constructed  to  measure  in  ultra-high  vacuum  the 
thermal  resistance  of  a  contact  consisting  of  a  sphere  pressed  against  a  plane  with  a 
variable  load.  The  temperature  can  be  varied  from  15  to  300°K.  Sapphire  (o<.  -Al20-j)  shows 
the  features  of  low  temperature  thermal  conductivity  in  the  most  characteristic  way  and 
its  mechanical  properties  give  the  possibility  of  making  very  well  defined  surfaces  of 
contact.  A  theoretical  model  will  be  developed  to  describe  the  thermal  resistance  of 
contacts  between  insulators.  It  shows  that  one  term  is  strongly  connected  with  the  struc- 
ture of  the  surfaces  and  the  absorbed  layers.  This  prediction  is  very  well  confirmed  by 
the  experimental  results  so  that  such  measurements  appear  as  a  new  tool  in  surface 
physics. 


2.      Apparatus  and  Measurement  Method 

Figure  1  shows  a  schematic  diagram  of  the  thermal  contact  conductance  apparatus. 
The  samples  are  two  circular  cylinders  of  3  aim  diameter  and  2.5  nmi  length,  the  contact- 
ing   surfaces  are  highly  polished,  the  one  plane  ,  the  other  spherical.  One  sample  is 
fastened  on  the  massive  copper  block  A  and  in  good  thermal  contact  with  it.  The  tempera- 
ture T^  is  kept  constant  with  a  sensitive  temperature  regulator.  On  the  second  sapphire 
a  thin  timgsten  wire  is  wound  so  that  this  sample  can  be  heated  with  the  power  Q.  The 
third  sapphire  rod  acts  as  a  holder  only;  it  is  attached  to  the  copper  part  B,  which  can 
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rotate  around  the  pivot  P.  The  load  on  the  contact  is  produced  by  the  spring  elongation. 
This  linear  motion  is  transmitted  under  vacuum  with  a  Varian  Feedthrough. _ In  such  a  way 
the  error  in  load  is  estimated  to  be  less  than  ^  5  gr.  For  a  given  power  Q,  two  tempera- 
ture differences  are  present:  ATp  =  T]^  -  T2  and  aTj^  =  Tq_  -  T^.  AT^  is  kept  small  and 
constant  with  the  help  of  a  temperature  regulator  which  controls  the  powjer  in  the  heater 
H.  This  regulator  has  been  developed  in  our  laboratories  by  Frohlich  [ij,  it  has  an  input 
sensitivity  of  10  nV  and  a  zero  stability  better  than  50  nV  in  the  time  required  for  a 
measurement.  The  potential  difference  corresponding  to  ATm  is  amplified  with  a  calibra- 
ted Keithley  148  Nanovoltmeter  and  measured  with  a  Leeds  and  Northrup  K-3  P9tentiometer. 
The  transfer  of  heat  by  radiation  can  be  fully  neglected  so  that  the  power  Q  corresponds 
to  the  heat  flow  through  the  contact  for  a  temperature  difference  ATj^^.  At  any  tempera- 
ture T^  this  measurement  has  been  repeated  for  three  different  powers  in  order  to  elimi- 
nate errors  due  to  non  vanishing   ATp.  The  error  affecting  the  measurement  of  A  ,  the 
heat  flow  per  degree,  has  been  estimated  to  be  less  than  i  2^, 

The  whole  system  is  enclosed  in  an  ultra-high  vacuum  vessel  and  baked  at  300-400°C 
for  two  days.  Following  bakeout,  a  simple  cryostat  is  mounted  around  the  vacuum  vessel, 
which  works  with  nitrogen,  hydrogen  or  helium  as  cooling  liquid. 


3.  Theory 

3.1.     The  Constriction  Resistance 

The  contact  members  will  always  be  regarded  as  isotropic  in  all  their  properties. 
In  the  case  of  a  plane  and  a  sphere,  the  contact  surface  is  circular  and,  if  the  radius 
of  curvature  of  the  sphere  is  not  too  small,  such  a  contact  is  in  fact  symmetrical.  We 
consider  at  first  an  ideal  contact.  This  means  that  the  resistance  is  solely  determined 
by  the  shape  of  the  contact.  This  well  known  problem  is  exhaustively  discussed  by  Holm [2], 
and  has  the  following  solution: 

:  thermal  resistivity  of  the  contact  members        a  :  contact  radius 

The  most  striking  aspect  of  the  resistance  Rp,  called  constriction  resistance,  is 
that  the  thermal  gradient  is  in  fact  located  in  a  small  sphere  of  radius  4a  around  the 
contact.  The  validity  of  (1)  is  based  on  the  assumption  that  the  definition  of  <?  has 
meaning  in  the  gradient  region.  This  is  always  true  as  long  as  a»A,  where  A  is  the 
phonon  mean  free  path,  but  as  soon  as  a-i:  A  ,  the  resistance  has  a  different  origin  and 
an  independent  analysis  is  required.  This  size  effect  will  be  investigated  later. 

3.2.    The  Surface  Resistance  ■ 

A  real  surface  exhibits  a  serious  perturbation  of  the  superficial  structure.  It  is 
absolutely  impossible  to  give  a  detailed  description,  but  different  kinds  of  perturba- 
tions can  be  envimerated: 

a)  Polycrystalline  or  amorphous  films  resulting  from  mechanical 
polishing  or  chemical  treatment. 

b)  Stoichiometric  deficiency. 

c)  Foreign  atoms  adsorbed  on  the  surface. 

The  two  surfaces  in  contact  will  only  be  characterized  by  a  disturbed  film  of 
thickness  2d,  of  unspecified  nature.  The  single  condition  which  must  be  satisfied  is 
2d «  a,  so  that  this  thickness  can  be  neglected  in  macroscopic  considerations.  In  a 
Debye  model  the  flow  of  phonbns  incident  on  a  surface  element  dS  with  frequency  tO  in 
the  interval  a)  ,  a>  +  duO     and  polarization        is  given  by 

IT(a;,y,y,  T)  du)  dy  dS  =  ^    cos    sin  ^  dydu)dS  (2) 

^     '  c        e    '  -1 




Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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These  phonons  have  the  velocity  c  and  their  wave  vector  q  is  pointing  in  the  solid 
angle  dO.   =  2TTsinif  df  ,  where  >f  is  the  angle  between  the  normal  to  dP.  and  q.  Only  the 
fraction  of  the  energy  due  to  these  phonons 

'N  (oJ  ,  if  ,  f  ,  T)tnjJ  D'         ,  y  ,  ^  )  duJ  d  f  dS  •  (3) 

will  he  transmitted  through  the  film.  In  this  expression  D'  i'  ,  f  )  is  the  trans- 

mission coefficient.  For  a  temperature  gap  AT  -  1  deg,  the  net  flow  of  heat  across  the 
film  will  be 

2  (2TT  )2c2  t2i^T2    I     ( e^i^^/kT.!)^ 
o 

uU-p  :  Debye  frequency 

D('J-'  >     )  is  now  a  directional  average  of  D' {oj  ,  jj  ,  f  )  .  The  expression  (4)  is  very  simi- 
lar to  that  of  the  specific  heat  of  a  phonon  gas  whose  spectrum  is  multiplied  with 
D(uj  ,  ^  ) .  It  is  well  known  that  the  specific  heat  is  very  insensitive  to  the  detailed 
shape  of  the  phonon  spectrum  so  that  we  can  describe  the  transmission  coefficient  by  the 
simple  relation: 


D(u;  ,  ^  )  =  H  ^  3  ^ 
D(w  ,  J'  )  =  0  u;  >oJ^ 


(5) 


appears  as  the  maximum  vibrational  frequency  transmitted  through  the  film  and  H  as  a 
mean  transmission  coefficient  for  uu  -  uj  .  With  these  definitions,  the  conductance  Xq 
may  be  written  in  the  convenient  form 


A    =  —  =  A  H  93  c(-^TT  a2  (6) 


k4  "^^c 


with  A  =   ,     0  = 

c 


6(2-^)2^502 


k 


Wl       \0)       I  (ez-l)2 
0 

In  the  low  temperature  limit  we  obtain  with  the  usual  approximation  for  the 
specific  heat: 

^3=  H^T^TTa^  (7) 

^      (2-rr)2t3c^        15  •  . 

This  formula,  except  for  the  definition  of  H,  is  identical  to  those  obtained  by 
Little  [3]  and  Jones  and  Pennebaker  [4]-  It  is  interesting  to  notice  that  the  expression 
(7)  no  longer  depends  on  the  parameter  0  .  For  practical  purposes  we  define  a  temperature 
dependent  trajismission  coefficient: 


H®c 
3^1 
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which  is  at  low  temperatures  and  decreases  to  reach  the  value  ofjg^]    H/3  at  very 

high  temperatures.  Using  this  definition,  the  following  expression  for^the  conductance 
may  be  obtained: 


X    =  —  c  C  D(T)TTa^ 
s        4         V     '  ' 


(9) 


where  C     is  the  specific  heat  per  volume  unit.  If  one  writes  the  bulk  thermal  conducti- 


vity in  the  form      =  1/3  c  C 


,  the  final  result  is 

=    A    =  D(T)  TT  a^ 


(10) 


3.3.     The  Total  Resistance 


The  two  resistances  Rg  and  R    have  been  described  separately  and  the  problem  is  now 
to  determine  how  to  express  the  total  contact  resistance.  This  question  requires  a  de- 
tailed discussion  which  will  appear  elsewhere  [5].  The  result  is  that  the  total  resistance 
is  given  simply  by  the  following  sum: 


R  =  R    +  R 
P  s 


(11) 


This  formula  is  a  good  approximation  except  when  Rp"?^  Rq.  In  that  short  range  the 
total  error  will  be  still  less  than  15/^^.  The  combination  of  equations  (1)  and  (10)  gives 
a  useful  relation  for  studying  the  behaviour  of  the  total  contact  resistance: 


R= 


8  _K  

3Tr  D(T) 


:i2) 


It  can  be  used  to  define  different  ranges  as  a  function  of  the  two  parameters  K  and 
D(T) ,  as  shown  in  figure  2.  An  ideal  contact  is  characterized  by  D(T)h  1  so  that  to  any 
variation  of  T  or  a,  corresponds  a  motion  along  a  vertical  line.  This  case  has  been  cal- 
culated by  Wexler  [6]  which  confirms  the  approximate  validity  of  the  relation  (11).  At 
high  temperatures  (ohmic  regime)  the  constriction  resistance  is  dominant  while  at  low 
temperatures  (Knudsen  regime)  a  new  term  appears  which  is  absolutely  independent  of  A  . 
This  resistance  is  a  size  effect  related  to  the  geometrical  shape  of  a  contact  and  the 
measurement  of  the  transition  range  could  be  used  as  a  direct  determination  of  the  mean 
free  path.  In  the  case  of  a  real  contact   'D(T)  <  1) ,  the  variation  of  T  for  a  constant 
radius  of  contact  a,  determines  now  a  curve  which  is  no  longer  vertical  and  the  transi- 
tion form  Rp  to  Rg  occurs  in  the  ohmic  range. 


4.      Models  of  the  Transmission  Coefficient 

4.1.     Disturbed  Film  Model 

It  is  impossible  to  give  a  detailed  description  of  the  phonon  scattering  in  the  dis- 
turbed film.  One  way  to  get  around  this  difficulty  is  to  relate  the  actual  disordered 
structure  of  the  film  to  statistical  parameters.  Such  a  theory  has  been  developed  by 
Ziman  [7]  who  calculated  the  mean  free  path  Ap  in  irregular  materials.  He  describes  the 
disturbed  structure  with  two  parameters:  the  variance  of  the  sound  velocity  {  6  c)"^  and 
the  correlation  length  L  which  determines  the  scale  of  the  irregularities.  In  the  long 
wave  limit  the  result  of  Ziman  can  be  used  to  calculate  the  transmission  coefficient: 


,^l_4^7/2_liclL^j_2^\2 
c2  .        I  A  i 

with    X  »  2d,       L  =  o<  2d,      c<  6  1. 
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This  expression  has  only  a  qualitative  validity  but  it  shows  clearly  that  the  pho- 
nons  are  scattered  only  slightly.  As  the  frequency  increases  the  transmission  coefficient 
will  become  appreciably  smaller  than  one.  That  means  that  the  phonons  have  a  non- vanish- 
ing     probability  to  be  scattered  more  than  once,  and  the  definition  of  D(uj  , y  )  no 
longer  has  meaning.  In  this  case  the  film  resistance  can  be  very  simply  described  by  the 
following  expression: 

=   A.  =  1/3  c  C  ^  TTa^  =    cr^  ^  (U) 
Rf  f  V  2d  f  2d 

Ap  is  the  mean  free  path  of  -the  dominant  phonon  mode.  It  must  be  noticed  that  this 
formula  can  be  formally  identified  with  (9)  if  one  puts 


3  2d 


D(T)   £  (15) 


In  ignorance  of  the  numerical  factors  in  (13)  it  is  very  difficult  to  give  a  cri- 
terion for  the  transition  from        to  R^  but  it  seems  correct  to  assume  that  this  occurs 
at  about  9^. 


4.2.     Interface  Resistance 


The  model  of  a  disturbed  film  does  not  take  explicitly  into  account  the  presence 
of  an  interface  nor  does  it  suppose  that  its  influence  is  predominant.  The  potential 
between  two  flat  surfaces  has  probably  the  form  of  a  Lennard-Jones  potential  and  depends 
only  on  the  mean  separation  of  these  surfaces  so  that  the  motion  of  the  atoms  parallel 
to  the  interface  will  practically  not  be  coupled.  Accordingly,  one  third  of  the  incident 
energy  only  has  some  probability  to  be  transmitted  through  the  interface  and  the  para- 
meter H  will  not  be  greater  than  one.  Little  [3]  has  pointed  out  a  geometrical  argument 
based  on  the  roughness  of  the  surfaces,  which  shows  that  the  effective  transmitting  area 
for  a  contact  between  hard  crystals  is  a  decreasing  function  of  the  frequency.  This 
means  in  the  formalism  of  this  work  that,  for  a  constant  apparent  area  of  contact,  the 
transmission  coefficient  is  a  decreasing  function  of  the  frequency.  It  is  a  very  complex 
problem  to  know  exactly  the  scattering  at  the  interface  and  it  would  require  a  detailed 
description  of  the  force  constants  that  is  practically  impossible.  Ludwig  and  Pick  [8] 
have  calculated  the  scattering  of  phonons  at  defect  planes  in  the  simple  cubic  lattice 
and  an  examination  of  this  work  shows  clearly  that  the  general  tendency  in  all  cases  is 
that  the  high  frequencies  are  more  effectively  scattered  than  the  low  frequencies.  It  is 
very  difficult  to  decide  at  low  temperatures  what  mechanism  is  the  most  important  because 
they  all  are  consistent  with  the  definition  (5).  An  observation  of  pressure  dependence 
of  9c  and  H  could  lead  to  a  conclusion  because  the  disturbed  film  resistance  alone  is 
certainly  independent  of  the  mechanical  pressure. 


5.      Analysis  Method  of  the  Experimental  Results 


All  the  expressions  established  previously  depend  on  the  contact  radius  a,  which 
is  related  to  the  load,  for  an  elastic  deformation,  by  the  classic  theory  of  Hertz 
(see  Holm  [2]).  A  direct  measurement  of  the  contact  radius  as  a  function  of  load  has 
been  carried  out  under  a  microscope.  The  results,  as  shown  in  figure  3,  are  in  good 
agreement  with  the  formula  of  Hertz  and  confirm  a  strictly  elastic  deformation. 

The  thermal  properties  of  sapphire  are  well  known  [9],  [lO]  but  it  is  of  interest 
in  connection  with  this  problem  to  remember  the  very  great  variation  of  the  mean  free 
path  as  a  function  of  temperature.  The  total  contact  resistance  can  be  expressed  as  the 
following  sum 

R(a,T)  :=   +   ^  —  (16) 

2ao'(T)        ^B.^k  H  03  C(e^/T) 
U  c 
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Some  remarks  are  required  concerning  the  validity  of  this  formula: 

a)  The  simple  addition  of  the  two  terms  may  cause  a  maximal  error  of  ±3% 

in  the  range  where  R  . 

°  p  s 

b)  The  thermal  properties  have  been  considered  as  independent  of  the 
mechanical  deformation. 

c)  The  parameters  Bq  and  H  are  possibly  dependent  on  the  load. 

d)  If  the  film  resistance  model  is  valid,  Rf  (14)  must  be  substituted 
for  Rg  (6)  in  the  high  temperature  range. 


6.      Experimental  Results  and  Discussion 

6.1.     Polycrystalline  Surfaces 

The  surfaces  of  these  samples  (S-,)  have  been  submitted  to  an  intensive  mechanical 
polishing  which  produces  a  nearly  perfect  geometrical  shape  but  disturbs     strongly  the 
structure  to  a  depth  of  about  0.5/^'^[ll].  Fig.  4  shows  the  temperature  dependence  of  the 
contact  conductance  for  different  contact  radii.  It  is  quite  clear  in  this  case  that  R-f 
must  be  used  in  formula  (11)  to  analyze  these  results,  but  cT-f  is  an  unknown  function. 
Therefore  the  constriction  term  has  been  substracted  from  the  total  resistance  and  the 
resistance  per  area  unit  has  been  calculated,  as  shown  in  figure  5.  This  dependence  is 
characteristic  of  a  highly  polycrystalline  or  nearly  amorphous  structure.  If  2d  1 
the  conductivity  of  this  material  is  6-10"-^  W  m~-'-deg~"'"  at  300°K  which  is  a  typical  value 
for  glasses.  It  appears  that  mechanically  polished  surfaces  are  not  convenient  to  study 
the  surface  resistance  and  that  other  treatments  must  be  investigated  in  order  to  pro- 
duce better  surfaces. 

6.2.     Treated  Surfaces 

Two  different  methods  have  been  used  to  obtain  flat  surfaces  without  perturbing  the 
superficial  structure  too  much.  In  the  first  case  (samples  G)  the  mechanically  polished 
crystals  have  been  annealed  for  two  hours  at  1300OC.  Dinichert  [ll]  has  shown  that  this 
thermal  treatment  is  sufficient  to  recrystallize  the  disturbed  region.  The  other  samples 
(B]_]_)  have  been  etched  for  2  minutes  in  ortho phosphoric  acid  at  450°C.  In  such  a  way  a 

thick  film  is  removed  from  the  surface,  which  remains  perfectly  flat  and  smooth. 
These  two  kinds  of  samples  yield  the  same  results  which  proves  that  the  surface  state  is 
no  longer  influenced  by  the  mechanical  polishing.  As  indicated  in  figure  6  the  tempera- 
ture dependence  of  A  is  more  pronounced  and  the  maxima  occur    at  lower  temperatures.  An 
analysis  of  these  results  is  now  possible  with  the  surface  resistance  model.  The  low 
temperature  range  has  been  carefully  measured  and  the  experimental  values  fitted  to  the 
theoretical  expression  (6)  as  shown  in  figure  7.  The  characteristic  temperature  9c  is 
small,  9c  =  9d/5,  this  means  that  an  interface  acts  really  as  a  high  frequency  phonon 
filter.  The  parameter  H  is  independent  of  the  contact  radius  and  its  value  is  consistent 
with  the  theoretical  prediction.  The  whole  temperature  range  can  be  described  now  by  the 
sum  of  the  two  resistances  as  shown  in  figure  8.  The  resistance  Rg  has  been  used  up  to 
300°K  which  is  not  necessary  correct  but  the  possible  induced  error  is  small  and  the 
agreement  is  fairly  good.  The  dependence  on  the  contact  radius  has  been  measured  at  high 
and  low  temperatures  where  only  one  resistance  in  dominant  (see  fig.  9  and  10)  and  the 
behaviour  predicted  by  equation  (16)  is  fully  satisfied.  As  indicated  in  figure  10,  the 
points  labelled  A  correspond  to  a  contact  closed  with  a  maximal  load  at  room  temperature 
while  the  points  B  correspond  to  a  contact  opened  for  2  minutes  at  35°K.  The  most  satis- 
factory explanation  of  this  effect  is  that  the  adsorbed  molecules  are  driven  back  out  of 
the  contact  at  high  temperatures  whereas  they  are  strongly  bound  to  the  surface  at  low 
temperatures.  The  run  A  is  reproducible  so  that  such  adsorption  effects  have  been  syste- 
matically eliminated. 

Contacts  between  rough  surfaces  have  also  been  investigated.  The  results,  which  will 
appear  elsewhere  [5],  also  give  a  very  nice  confirmation  of  the  surface  resistance  model. 
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7.  Conclusion 


The  thermal  contact  resistance  under  well  defined  conditions  has  been  interpreted 
with  a  two-resistance  model.  A  satisfactory  description  of  the  phonon  diffraction  is  gi- 
ven by  the  parameters  6q  and  H  which  have  a  simple  physical  meaning.  It  is  very  difficult 
to  decide  exactly  what  mechanism  is  the  most  effective,  therefore,  it  seems  desirable  to 
vary  as  much  as  possible  the  surface  quality  and  to  observe  the  influence  on  the  trans- 
mission coefficient.  Unfortunately  a  comparison  with  the  low  temperature  measurements  of 
Berman  and  Mate  [12]  on  sapphire-sapphire  contact  is  very  difficult  because  the  effective 
contact  area  is  not  known.  A  deviation  from  the  T^-law  is  not  surprising  if  one  realizes 
that        may  be  as  small  as  6^  /5. 

The  advantage  of  measuring  the  thermal  resistance  with  this  geometrical  shape  is 
that  it  allows  one  to  study  the  diffraction  on  an  isolated  obstacle  independently  of  any 
other  bulk  diffraction.  This  separation  may  be  used  now  in  varied  situations  so  that  it 
seems  permissible  to  think  that  this  technique  will  have  a  scope  in  the  study  of  many 
surface  properties. 


I  am  very  grateful  to  Prof.  G.  Busch  for  helping  with  the  choice  of  problem  and  for 
his  continuing  encouragement  of  the  work.  I  would  like  to  thank  C.  Frohlich  for  many 
helpful  discussions  and  contribution  in  instrumentation.  The  author  is  also  indebted  to 
the  Schweizerischer  Arbeitsbeschaf fungskredit  for  financial  support. 
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Figure  1.     Schematic  diagram  of  the  Figure  2.    Diagram  illustrating  the 

experimental  arrangement.  different  conduction  re'gimes. 
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Figure  4.    Temperature  dependence  of 
thermal  conductance  for  different 
contact  radii  (polycrystalline 
surfaces) . 
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Figure  5.    Thermal  resistivity  of  the 
polycrystalline  film  as  a  function 
of  temperature. 
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Figure  6.     Temperature  dependence  of 
thermal  conductance  for  different 
contact  radii  (treated  surfaces). 
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Figure  7.    Fit  of  low  temperature  Figure  8,    Comparison  of  experimental 

results  to  the  formula  for  the  values  of  thermal  resistance  with 

surface  resistance  model.  theoretical  model. 
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Solutions  are  derived  for  the  time-dependent  temperature  distribution  in  a 
two- layer,  composite  slab  with  contact  resistance  at  the  interface  and  contact 
or  convective  resistance  on  the  outer  boundaries.     The  applicability  of  these 
solutions  for  the  prediction  of  the  transient  behavior  of  real  composite  systems 
is  evaluated  by  comparison  with  experimental  results.     Experimental  data  are 
presented  for  the  transient  thermal  response  of  several  composite  metal  systems 
when  subjected  to  thermal  transients  in  which  an  attempt  was  made  to  approximate 
the  boundary  conditions  of  the  theoretical  solutions.     Comparisons  with  the 
experimental  data  indicate  that  the  theoretical  solutions  can  be  used  to  predict 
the  transient  thermal  response  of  systems  to  which  they  are  applicable  to  an 
accuracy  sufficient  for  most  engineering  purposes. 


Key  Words:     Composite  slabs,  contact  conductance,  contact  resistance, 
heat  conduction,   thermal  contact  conductance,   thermal  transients, 
transient  heat  conduction. 


1.  Introduction 

In  recent  years  there  has  been  increased  interest  in  studies  of  thermal  contact  resistance.  Most 
of  these  studies  have  been  aimed  at  understanding  the  mechanism  of  heat  transfer  across  a  solid  inter- 
face.    This  paper  presents  some  of  the  results  of  an  investigation  into  the  effects  of  thermal  contact 
resistance  on  the  transient  temperature  fields  in  composite  solids  separated  by  interfaces  which  have 
thermal  contact  resistance.     This  study  consisted  of  both  theoretical  and  experimental  work,  the  results 
of  which  are  given  below. 


2.     Solution  of  the  Boundary  Value  Problem 

The  boundary  value  problem  of  interest  here  is  that  of  obtaining  the  space  time  temperature  dis- 
tribution in  a  composite  solid  medium  consisting  of  two  regions  separated  by  an  interface  which  has  a 
resistance  to  heat  flow.     Figure  1  depicts  the  geometry  employed  and  some  of  the  necessary  nomenclature. 
Both  regions  are  assumed  one-dimensional  and  homogeneous  within  themselves,  a  discontinuity  in  thermal 
properties  across  the  interface  is  allowed  which  requires  separate  solutions  for  the  two  distributions. 
Both  solutions  must  obey  the  one-dimensional  Fourier  equation,  thus. 


(1) 


2 

The  interface  contact  conductance  coefficient  is  given  the  symbol,  h     (w/m  -deg).     There  are  also  heat 
transfer  resistances  at  the  outer  boundaries  characterized  by  the  conductance  coefficients  h^  and  h^ . 

Initially  both  regions  are  at  a  uniform  temperature  t..  At  time  6=0  the  temperature  at  the  x  =  0 
boundary  is  exposed  to  a  medium  at  temperature  t^  and  the  x  =  L  boundary  is  kept  in  contact  with  a  medium 
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at  temperature  t..     All  conductance  coefficients  are  assumed  to  remain  constant.     It  is  noted  that  even 

though  these  solutions  were  developed  for  the  purpose  of  comparison  with  experimental  results  with  solid 

contact  conductances  at  all  these  boundaries  (x  =  0,  a  and  L),   they  are  equally  applicable  to  the  case 

OL  convective  fluid  heat  transfer  at  the  outer  boundaries  and  solid  contact  resistance  in  the  Interface. 

In  symbolic  form  the  boundary  conditions  are 

T,       ,  O  ]  ^    O  o  ^X.  ^  (2) 

J^{x        =  o  a  ^  ^  ^  L  (3) 


^y"^x^^2-^J  X  =  L,&>^  (5) 

^Yi5j-i^jfJ  X~^c.,^>0  -       '         ■  (6) 

Where  the  normalized  temperature  T  (x,  9)  has  been  used, 

The  solutions  obtained  from  eqs  (1)  by  the  standard  technique  of  separation  of  variables  in  product 

form  are  well  known.     With  the  proper  choice  of  sign  on  the  separation  constants  the  solutions  for  the 
two  regions  are: 

Region  (I) 


;ion  (II) 


>) 

These  solutions  have  been  written  as  the  sum  of  steady  and  time-dependent  parts.     For  the  latter, 
summations  have  been  indicated  in  anticipation  of  having  to  expand  the  initial  condition  in  a  series. 
The  steady  state  solutions  are  given  by 


(9) 


(10) 


wherein 


i^^_,l^^^_L  '  '''' 

'^1 


Application  of  eq  (4)  gives 


^  (12) 
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Next,  eq  (5)   is  applied  and  results  in 


in  which 


It  is  assumed  that  no  heat  storage  occurs  in  the  inf initesimally  thin  interface.  This  is  equivalent  to 
saying  that  the  time  derivative  of  both  sides  of  eq  (6)  are  equal,  or 


^^^^ 


Application  of  eq  (6),   together  with  eqs  (13;  and  (14)  yields 

The  eigenvalue  equation  results  from  the  application  of  eq  (7).     After  elimination  of  the  derived  con- 
stants the  region  I  eigenvalue  equation  becomes 

From  eq  (14)   the  region  II  eigenvalues  are  then  determined. 

Only  the  series  coefficients  B    are  needed  to  complete  the  solution.     As  usual  these  coefficients 
are  obtained  by  matching  the  initia?  condition  in  a  series  expansion.     CX-dinary  techniques  fail  in  this 
case  due  to  the  nonorthogonality  of  the  solution  eigenf unctions  over  the  full  x-interval  ^0,L)  with 
respect  to  the  usual  weighing  factor  of  unity.     However,  employing  the  work  of  Tittle  (1)     the  B  can 
be  found  by  evaluating  the  following  integral  relation.  ^ 

_  —    .  >  ^  ^  (17) 

/  /^^^  OxtY^r^-M^^-^yJ  dx  -y- (f  ^  / 7^  -<W 5"^^  +<S-^  ^^-^"(J 
In  this  equation  the  constant,  C,  called  "orthogonality  factor"  by  Tittle  is  given  by 

Proof  of  th|  validity  of  eq  (17)   is  given  by  Tittle.     However,  from  eq  (17)   it  can  be  seen  that, 
alternatively,  C     could  be  thought  of  as  a  discontinuous  weighting  function,  having  a  value  of  unity  in 
(o<x<a)  and  that  given  by  eq  (18)   in  ( a<x<L) .     In  a  later  and  more  general  (unpublished)  paper  (2) 
Tittle  has  given  this  interpretation. 

The  integration  and  simplification  of  eq  (17)   is  an  involved  algebraic  exercise,   thus  only  the 
results  are  given  here.     The  form  of        makes  it  simpler  to  define  a  new  term  by 

Wherein,  E     is  given  by 
n  ° 


+ 


(20) 


3 

Numbers  in  parentheses  indicate  the  literature  reference  at  the  end  of  this  paper. 
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The  final  solution  can  then  be  written  as 


Region  I 


Region  II 


DO 


(21) 


In  an  earlier  paper  (3)   the  solution  of  a  similar  problem  but  with  temperature  boundary  conditions 
at  X  =  0  and  X  =  L  was  given.     For  that  case  several  plots  of  dimensionless  variables  were  presented 
for  an  arbitrarily  defined  time  to  reach  steady  state.     The  present  solution  contains  several  additional 
parameters,  which  makes  the  production  of  a  similar  set  of  curves  more  difficult.     Work  in  this  area  is 
presently  underway.     However,  emphasis  in  this  paper  is  placed  on  the  comparison  of  the  above  solution 
with  experimental  results.     These  solutions  were  programmed  for  use  on  a  digital  computer  and  verified 
for  a  range  of  variables  by  comparison  with  a  fine-network  numerical  program. 


3.     Experimental  Program 

An  experimental  program  was  carried  out  in  which  an  apparatus  was  designed,  built  and  operated  to 
provide  test  data  on  the  transient  response  of  one-dimensional,   two-layer  metallic  systems  with  contact 
resistance.     The  primary  purpose  of  the  test  data  was  to  check  the  validity  of  the  theoretical  solution 
for  real  composite  systems.     To  this  end  an  attempt  was  made  to  create  experimental  conditions  which 
approached,  as  closely  as  possible,   the  theoretical  boundary  conditions.     Only  a  brief  outline  of  the 
experimental  program  will  be  presented  here,  details  are  given  in  reference  (4). 

Basically  the  experimental  program  consisted  of  measuring  the  temperature  distribution  as  a  func- 
tion of  time  in  two  metallic  cylinders  in  contact  while  they  were  undergoing  thermal  transients.  Figure 
2  is  a  sectional  drawing  of  the  test  section  portion  of  the  experimental  apparatus.     The  other  primary 
quantities  measured  were  the  axial  force  pressing  the  two  cylinders  together  and  the  temperatures  of  the 
heat  source  and  sink  blocks.     The  entire  test  apparatus  was  enclosed  in  a  vacuum  bell  jar  so  that  lower 
values  of  contact  conductance  could  be  obtained. 


3.1     Test  Specimens 

The  metals  used  in  the  experiments  were  2024-T351  aluminum,  Armco  iron  and  type  303-MA  stainless 
steel.     All  specimens  were  made  of  2.54  cm  bar  stock  and  had  nominal  lengths  of  2.54  or  5.08  cm. 
Specimen  details  are  given  in  Appendix  A.     Each  specimen  contained  five  thermocouples  to  obtain  the 
transient  temperature  profiles.     These  thermocouples  were  chrome  1 -constantan  type  (26  gage  wire)  with 
butt-welded  measuring  junctions.     They  were  installed  in  shallow  slots  in  the  surface  of  the  specimens. 
This  procedure  was  employed  rather  than  using  drilled  holes  because:     (a)   it  minimizes  the  location 
error  of  the  measuring  junction,     (b)   it  gives  more  intimate  contact,  and     (c)   it  provides  a  smaller 
interruption  of  the  specimen  cross  section.     Both  of  the  latter  also  insure  a  better  transient  response. 

In  these  transient  experiments  direct  measurements  of  the  heat  flow  are  practically  impossible. 
Therefore,  calculations  of  contact  conductance  were  made  by  evaluating  the  local  heat  flux  from  the 
thermal  conductivity  of  the  materials  and  the  measured  slopes  of  the  temperature  profiles.     Since  the 
conductance  values  thus  depend  directly  on  the  thermal  conductivity  it  was  necessary  to  have  experi- 
mental data  for  this  property.     These  data  were  provided  by  D.  R.  Williams  (5)  over  the  temperature 
range  of  interest  in  these  experiments.     The  values  of  thermal  diffusivity  were  estimated  from  data 
available  on  similar  alloys.     Due  to  lack  of  information  these  values  were  assumed  constant. 


3.2    Temperature  Measurement 

The  requirement  of  simultaneous,  transient  temperature  measurements  precludes  the  use  of  a 
balancing  potentiometer  for  taking  test  data,  thus  all  data  were  recorded  on  an  oscillograph.  Thermo- 
couples used  in  this  way  have  a  small  electrical  current  flowing  at  all  times.  Thermocouple  reference 
tables  are  based  on  a  balanced  voltage  reading  and  could  not  be  used  in  this  application.  It  was  thus 
necessary  to  calibrate  all  the  thermocouples  of  each  specimen  set  over  the  range  of  temperatures  to  be 
incurred  in  the  test.  This  was  accomplished  by  using  a  portable  calibration  bath  which  could  be  set  up 
adjacent  to  the  test  fixture  and  thus  allow  all  the  thermocouple  circuits  to  be  in  the  configuration 
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used  during  the  tests.     Since  there  was  an  electrical  current  flow  in  this  application  the  temperature 
versus  oscillograph  deflection  curves  were  slightly  non-linear.     The  calibration  readings  were  processed 
by  a  computer  program  to  fit  a  least- squares  second  order  polynomial  through  the  calibration  data  of 
each  thermocouple.     These  polynomials  were  used  by  the  test  data  reduction  program  to  calculate  temper- 
atures from  the  test  data  deflection  readings. 


3.3     Source  and  Sink  Blocks 

During  the  experiments  the  test  specimens  were  held  between  the  source  and  sink  blocks  as  shown  in 
figure  2.     These  blocks  were  constructed  of  CFHC  copper  and  were  hollow  with  inlet  and  outlet  ports. 
The  sink  block  temperature  was  held  constant  during  the  experiments  by  flowing  room  temperature  water 
from  a  large  tank.     Steam  from  the  building  heating  system  was  used  to  maintain  the  source  temperature 
constant;   the  temperature  was  adjustable  over  the  range  of  143-153  C  by  means  of  controlling  the 
pressure  using  a  throttling  valve.     During  the  experiments  source  temperatures  of  149-151  C  were  used. 


3.4     Test  Fixture  and  Loading  System 

The  basic  test  fixture  is  shown  schematically  in  figure  2.     The  two  parallel  plates  were  used  to 
mount  the  sample  holding  and  loading  components,  and  were  adjustable  by  means  of  the  three  threaded 
connecting  rods  to  accommodate  different  total  specimen  lengths.     The  source  block  was  held  by  an 
adapter  and  thermally  insulated  to  reduce  heat  loss  to  the  test  fixture.     As  shown  in  figure  2,  this 
adapter  transmitted  the  applied  force  through  a  spherical  joint  to  the  upper  plate,   to  which  it  was 
connected  by  three  small  helical  springs.     This  arrangement  was  used  to  insure  that  any  small  misalign- 
ment in  the  test  column  would  not  cause  the  contact  surfaces  to  be  loaded  unevenly.     A  second,  similar 
adapter  was  used  to  hold  the  sink  block.     This  adapter  rested  on  the  load  cell  (Lockheed  Electronics 
Model  WR75-025  Load  Washer)  which  in  turn  rested  on  the  loading  rod  of  the  hydraulic  cylinder.  This 
test  fixture  assembly  rested  on  the  base  plate  of  the  vacuum  chamber. 

The  force  control  system  is  basically  a  closed-loop  electro-hydraulic  servomechani sm.     A  double 
ended  hydraulic  cylinder  applied  the  force  to  the  test  specimens.     The  cylinder  was  supplied  with  a 
constant  pressure,  constant  flow  stream  of  hydraulic  oil  by  a  pump  and  flow  regulator.     A  proportional 
type  servovalve  controlled  the  pressure  differential  across  the  piston  of  the  hydraulic  cylinder  and 
thus  controlled  the  force  applied  to  the  test  samples. 

As  shown  in  figure  2,   the  applied  force  was  transmitted  through  the  force  cell.     The  output  voltage 
of  the  force  cell  was  used  as  a  feedback  signal.     By  means  of  a  potentiometer  an  input  signal  was 
supplied  at  a  polarity  opposite  to  the  feedback  signal.     The  difference  between  these  two  voltages  is 
the  error  signal  which  was  amplified  and  used  to  drive  the  servovalve.     In  addition  to  providing  a 
feedback  signal  for  the  controller  the  force  cell  signal  was  also  used  in  recording  the  force  on  the 
samples  during  the  experiments. 


3.4    Experimental  Procedure 


The  following  is  a  brief  outline  of  the  procedures  used  in  operating  the  test  apparatus. 

After  the  thermocouple  circuits  had  been  calibrated  each  end  of  both  specimens  was  cleaned  with 
acetone  and  absolute  ethyl  alcohol.     The  outside  ends  of  both  samples  were  coated  with  a  thin  film  of 
Dow  Corning  silicone  grease  to  reduce  the  contact  resistance  between  the  specimens  and  the  source  and 
sink  block  surfaces.     Then  the  specimens  were  placed  in  the  test  apparatus.     The  samples  were  pressed 
together  between  the  source  and  sink  blocks  with  a  pressure  of  about  10  psi.     By  a  valving  arrangement 
cooling  water  was  circulated  through  both  blocks  for  about  10  minutes  to  bring  the  samples  to  a  uniform 
temperature.     Next,   the  samples  and  sink  block  were  lowered  by  the  force  system  so  that  the  upper  (hot 
side)   specimen  no  longer  made  contact  with  the  source  block.     The  vacuum  bell  jar  was  then  lowered  and 
test  chamber  evacuation  started.     While  the  system  was  pumping  down  the  cooling  water  was  kept  flowing 
through  the  sink  block  but  was  shut  off  from  the  source  block.     Normally  it  required  about  20  minutes 
to  pump  the  test  chamber  down  to  the  range  of  1-5  microns  hg.     This  pressure  range  was  used  because  it 
was  low  enough  to  make  the  interstitial  gas  conduction  small,  and  because  it  was  easily  obtainable 
with  a  mechanical  pump.     When  the  desired  test  chamber  pressure  was  reached  the  oscillograph  was 
started  and  the  steam  to  the  source  block  was  turned  on.     About  20  seconds  was  required  to  bring  the 
source  block  up  to  the  desired  temperature.     Finally,  an  input  signal  to  the  force  controller  raised 
the  sink  block  and  test  specimens,  bringing  the  upper  specimen  into  contact  with  the  hot  source  block. 
All  data  were  continuously  recorded  on  the  oscillograph  record  throughout  the  tests. 
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3.5 


Data  Reduction  Procedure 


As  mentioned  above,  all  data  were  recorded  continuously  on  an  oscillograph.     The  trace  deflections 
of  each  measured  quantity  were  manually  read  from  the  oscillograph  records  with  a  scale.     The  time 
intervals  at  which  data  were  read  varied  with  the  specimens  being  tested.     During  the  early  portion  of 
each  experiment  smaller  time  intervals  were  used  because  changes  were  more  rapid.     As  the  rate  of 
change  became  slower  the  "data  times"  were  more  widely  spaced.     The  deflections  were  read  for  each 
data  time  and  were  punched  onto  cards  to  be  read  Into  the  data  reduction  computer  program. 

Of  all  the  quantities  measured  and  calculated  the  final  results  that  were  compared  with  the 
theoretical  values  consisted  mainly  of  contact  conductance  results.     These  values  were  obtained  by 
making  least- squares  curve  fits  through  the  temperature  profiles  for  each  data  time  and  extrapolating 
these  to  the  boundaries  to  calculate  the  contact  surface  temperatures.     Then  the  contact  heat  flux  was 
calculated  from  the  local  slope  of  the  temperature  profiles  and  the  thermal  conductivity.  Finally, 
the  contact  temperature  drops  were  calculated  from  the  extrapolated  profiles,  and  the  contact  conduc- 
tance was  determined  from  these  temperature  drops  and  the  heat  flux.     The  most  critical  quantities  in 
assessing  the  accuracy  of  the  results  are  the  temperature  measurements.     These  measurements  are 
believed  to  be  such  that  the  probable  accuracy  of  the  calculated  temperature  drops  is  about  +  0.6°C. 
This  made  it  impossible  to  calculate  conductance  values  for  small  contact  temperature  drops.  However, 
for  those  values  reported  here,   it  is  believed  that  the  contact  conductance  values  fall  within  a  range 
of  +  10%  to  +  20%,  depending  on  the  level,  with  the  lower  values  being,   in  general,  more  accurate. 


4.     Experimental  Results 

In  the  course  of  analyzing  the  experimental  results  it  was  found  that  the  calculated  conductance 
values  appeared  to  vary  sharply  during  the  early  portions  of  each  experiment  and  then  approach  a  steady 
state  value.     Although  the  details  will  not  be  given  here  it  was  concluded  that  this  variation  was  only 
apparent  and  was  the  result  of  the  poor  accuracy  inherent  in  making  calculations  with  very  small  temp- 
erature drops  and  sharp  slope  changes  which  are  present  during  the  early  part  of  the  transients. 
Consequently,   the  comparisons  made  below  are  made  using  the  conductance  values  calculated  after  steady 
state  had  been  reached. 


4.1     Comparison  of  Results 

The  primary  purpose  of  the  present  study  was  to  determine  whether  the  constant-property  theoretical 
solutions  obtained  above  could  be  used  to  predict,  with  sufficient  accuracy,   the  transient  behavior  of  a 
real  two-layer  solid  with  contact  resistance.     For  the  purposes  of  comparison  two  parameters  were 
chosen.     The  first  of  these  is  the  time  required  to  approach  steady  state.     This  is  believed  to  be  a 
parameter  which  is  characteristic  of  transient  behavior,  as  well  as  a  practical  one.     For  use  in  these 
comparisons  the  time  to  approach  steady  state  was  defined  to  be  the  time  at  which  the  temperature  drop 
across  the  slowest  reacting  portion  of  the  system  wasj^ within  one  "time  constant"  of  its  steady  state 
value.  I.e.,   to  within  e     ,   thus  the  fraction  is  1-e      =  .632.     It  was  necessary  to  go  to  a  lower 
value  than  the  0.99  fraction  used  in  the  previous  theoretical  work  (3)   to  reduce  the  sensitivity  to 
experimental  error.     The  997o  criterion  is  more  meaningful  from  a  practical  standpoint,  but  in  this 
regime  the  rate  of  change  of  temperature  drop  with  time  is  very  low  and  small  errors  in  temperature 
measurement  would  result  in  large  time  errors  from  experimental  data. 

The  results  of  the  comparisons  are  presented  as  plots  of  time  to  approach  steady  state  versus 
interface  contact  conductance.     The  actual  experimental  values  are  tabulated  in  Appendix  B.  Those 
values  shown  in  the  plots  reflect  slight  adjustments  in  the  times  made  as  follows.     For  each  run  of  a 
given  series,  i.e.,  set  of  specimens,   the  contact  conductances  on  the  ends  of  the  specinens  (the 
outer  boundaries)  were  different  due  to  the  different  contact  pressures  on  each  run.     It  was  desired  to 
show  the  data  in  a  form  that  could  be  compared  to  a  single  theoretical  curve  for  each  series,  rather 
than  a  point-f or-point  comparison  which  could  not  be  meaningfully  plotted.     The  test  data  were  plotted 
on  a  "map"  of  theoretical  data  which  consisted  of  a  plot  of  time  to  approach  steady  versus  interface 
contact  conductance  for  various  values  of  the  end  conductance.     From  this  plot  it  was  found  that  the 
experimental  data  exhibited  very  nearly  the  same  slopes  as  the  theoretical  for  dependence  on  the  end 
conductances.     Thus  the  experimental  times  to  reach  steady  state  were  adjusted  by  adding  or  subtracting 
a  small  amount.     This  amount  is  the  difference  in  time  found  from  the  theoretical  curves,  at  the 
experimental  value  of  interface  conductance,   in  going  from  the  end  conductance  measured  in  each  experi- 
ment to  a  value  which  was  the  approximate  average  for  the  complete  series.     In  this  way  experimental 
values  of  steady-state  time  versus  interface  conductance  for  the  same  end  conductance  could  be  deter- 
mined for  each  test  series  and  compared  with  theory.     It  is  emphasized  that,  as  can  be  seen  in  Appendix 
B,   the  adjustments  were  usually  small  and  should  not  affect  the  validity  of  the  comparison.     This  is 
indicative  of  the  fact  that  when  the  end  conductances,  hj^  and        are  large  compared  to  the  interface 
conductance,  h  ,  they  do  not  exert  as  large  an  influence  on  the  time.     This  was  the  case  in  most  of  the 
present  data. 
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The  resulting  comparisons  made  are  shown  in  figures  3  through  7  for  the  six  sets  of  samples  tested. 
In  these  figures  the  solid  lines  represent  the  theoretical  predictions  made  using  the  theoretical  solu- 
tion.    A  constant  thermal  conductivity  calculated  from  the  experimental  data  at  the  average  specimen 
mid-point  temperatures  used  in  the  theoretical  solution.     The  experimental  data  points  are  plotted  with 
symbols.     It  can  be  seen  that  the  agreement  between  theory  and  experiment  is  better  for  some  test  series 
than  for  others.     The  worst  comparison  is  for  the  first  series,   shown  in  figure  3.     The  agreement  for 
the  second  series  is  somewhat  better,  as  seen  in  figure  4.     Figure  5  shows  the  comparison  is  still  better 
for  the  third  and  fourth  series,  both  on  a  straight  difference  and  percentage  difference  basis.  The 
best  agreement  was  found  for  the  fifth  and  sixth  series,  as  shown  in  figures  6  and  7.     It  is  obvious 
that  the  agreement  is  better  for  the  slower  reacting  systems.     It  is  believed  that  this  can  be  explained 
by  the  failure  of  an  experimental  boundary  condition  to  match  the  theoretical  boundary  condition  - 
specifically,   the  step  rise  in  the  source  temperature.     It  was  observed  that  during  the  experiments  the 
temperature  of  the  copper  source  block  would  "dip"  slightly  when  the  upper  specimen  is  brought  into 
contact  with  it  because  of  the  finite  capacity  of  the  source  block.     The  dip  amounted  to  about  3-4  C  at 
the  maximum  and  required  approximately  10-30  seconds  to  vanish  completely,  depending  on  the  system.  In 
other  words  the  overall  driving  force  (total  AT)  was  low  for  the  early  part  of  each  experiment.     As  can 
be  seen  in  figures  3  through  7,  and  as  would  be  expected,   the  error  thus  produced  is  largest  for  the 
systems  with  the  lowest  total  resistance,  which  would  also  have  the  lowest  time  to  reach  steady  state. 
This  point  is  illustrated  by  comparing    figures  6  and  4,   the  former  is  for  a  5.08  cm  Armco  Iron  specimen 
above  a  5.08  cm  aluminum  specimen  (series  5),  where  as  the  latter  is  for  two  5.08  cm  aluminum  samples 
(series  2).     The  Armco  Iron  sample  being  a  poorer  conductor  than  aluminum  does  not  cause  as  much  of  a 
dip  in  the  source  temperature.     The  dip  also  does  not  last  as  long  and  this  time  represents  a  smaller 
portion  of  the  time  to  reach  steady  state.     Thus  the  error  produced  is  much  smaller.     Similar  arguments 
explain  why  the  agreement  was  better  for  two  5.08  cm  aluminum  specimens,  figure  4,   than  for  a  2.54  cm 
above  5.08  cm  aluminum  set,   figure  3;  as  well  as  why  the  Armco  Iron-aluminum  specimens,  figure  6, 
compared  better  than  the  reversed  aluminum -Armco  Iron  specimens,   figure  5.     For  the  5.04  cm  aluminum 
above  5.04  cm  stainless  steel  series,  figure  7,   the  dip  was  about  the  same  as  for  the  first  series,  but 
the  time  represented  a  much  smaller  part  of  the  steady  state  time,  which  resulted  in  better  agreement. 
The  result  of  this  argument  is  that  the  agreement  between  theory  and  experiment  is  good  for  those 
experiments  which  more  closely  matched  the  theoretical  boundary  conditions. 

It  should  be  emphasized  here  that  figure  5  contains  the  results  of  two  test  series,   (3  and  4). 
These  series  used  the  same  specimens  except  that  the  surface  of  the  Armco  Iron  specimen  was  reground  tc 
produce  a  different  surface  roughness  (see  Appendix  A).     Also,  as  indicated  in  figure  5,   two  of  the 
runs  for  the  third  series  were  made  in  air.     This  provided  two  additional  means  of  varying  the  interface 
contact  conductance,  h  ,  and  thus  furnished  a  further  check  on  the  validity  of  h    as  a  correlating 
parameter.     No  effect  Sue  to  surface  finish  or  the  presence  of  air  was  noted. 

For  the  second  comparison  between  theory  and  experiment  the  overshoot  in  the  interface  contact 
temperature,  drop  was  used.     As  explained  in  an  earlier  paper  (3),  under  the  condition  that 

r  =  f#  >i  ■  (22) 


the  temperature  drop  across  the  interface  contact  (AT  )  exceeds  or  overshoots  its  steady  state  value 
for  a  while  during  the  transient  period.     The  quantity  used  for  comparison  in  this  phenomenon  is  the  time 
required  for  the  transient  AT     to  reach  its  maximum  value.     In  the  theoretical  work  it  was  found  that 
this  time  depended  on  h  .     The  experimental  values  of  this  parameter  are  also  shown  in  Appendix  B.  Small 
adjustments  were  also  made  to  this  parameter,   in  the  manner  discussed  above,   to  provide  a  set  of  experi- 
mental data  for  a  single  value  of  the  end  conductance,  h    and  h^,  for  each  series.     The  results  are 
plotted  in  figures  8  through  10,   in  which  the  theoretical  curves  are  drawn  as  solid  lines  and  the  exper- 
imental points  are  plotted  as  symbols.     It  can  be  seen  that  the  agreement  follows  about  the  same  pattern 
as  in  the  time  to  approach  steady  state  comparison.     Note  that  the  error  is  such  (as  in  the  previous 
case)   that  the  experimental  observations  appear  to  be  somewhat  slower  than  the  theoretical.     That  is, 
the  experimental  time  of  maximum  overshoot  occurs  later  than  the  theoretical  time.     This  also  seems 
to  support  the  above  argument  in  that  a  temporary  dip  in  driving  potential  should  have  a  delaying 
effect  on  the  time  to  reach  maximum  overshoot.     As  in  figure  5,   figure  9  represents  tests  with  two 
surface  roughness  combinations  and  tests  in  air  apd  vacuum.     Again  no  effects  due  to  these  quantities 
were  noted. 

As  further  evidence  in  the  comparison  it  is  pointed  out  that  only  four  of  the  six  series  produced 
an  overshoot  in  AT  .     For  the  two  series  (2  and  4)   in  which        <  1  no  overshoot  was  found  to  occur, 
which  agrees  with  tfie  theoretical  work. 

In  view  of  the  above  comparisons  the  agreement  between  theory  and  experiment  appears  to  be  good. 
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5.     Summary  and  Conclusions 


Solutions  have  been  derived  for  the  time-dependent  temperature  distribution  in  a  two  layer  slab 
with  contact  resistance  at  the  interface  and  contact  or  convective  resistance  on  the  outer  boundaries. 
Experiments  have  been  conducted  in  which  a  series  of  test  samples  were  subjected  to  thermal  transients 
which  closely  approximated  the  boundary  conditions  used  in  the  theoretical  solution.     Comparisons  made 
on  the  basis  of  time  to  approach  steady  state  and  time  of  occurrence  of  maximum  overshoot  in  interface 
temperature  drop  show  good  agreement  between  theoretical  and  experimental  values.     For  those  cases  in 
which  a  noted  discrepancy  in  the  experimental  boundary  condition  was  believed  to  have  only  a  small 
effect  the  agreement  was  within  at  least  10%. 

On  the  basis  of  the  above  comparisons  it  is  concluded  that  the  theoretical  solutions  presented 
could  be  used  to  predict  the  transient  response  of  systems  to  which  they  are  applicable  to  an  accuracy 
sufficient  for  most  engineering  purposes.     That  is,  with  these  solutions  properly  programmed  on  a 
digital  computer,  a  knowledge  of  the  required  thermal  properties  and  an  estimate  of  the  contact  con- 
ductance from  the  existing  literature,  a  design  engineer  could  predict  the  transient  response  of  a 
given  system.     Thus  used  an  accuracy  at  least  as  good  as  his  knowledge  of  the  contact  conductance 
could  be  expected.     The  work  reported  here  is  part  of  a  project  carried  out  under  grant  NsG-711  for  the 
National  Aeronautics  and  Space  Administration  whose  sponsorship  is  gratefully  acknowledged. 
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7.     Appendix  A 


Test  Specimen  Data 


Specimen 
No. 

Materia  1 

Length 

Avg.   Surface  Roughness 
of  Interface  End 

3 

2024-T351 

2.525 

-  6 

1.78  X  10"g  m  (rms) 

4 

2024-T351 

5.067 

1.91  X  10"  ^m  (rms) 

5 

303-MA 

5.055 

0,076  X  lO'g  m  (rms) 

7 

Armco  Iron 

5.  123 

0.076  X  lo'g  m  (rms) 

7A 

Armco  Iron 

5.  123 

0.762  X  10',  m  ( rms) 

9 

2024-T351 

5.080 

0.508  X  10"     m  (rms) 

Material  Properties 


Material                        Therm,  ^iffusivity  Thermal  Conductivity 

(m  /sec)  (w/m-deg),  t  in  C 

Armco  Iron                                   200  78.35-0.0757  t 

2024-T351  Alum.                          670  111.43  +  0.189  t 

303-MA  St.   Stl.                            37  14.19  +  0.0199  t 
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8.  Appendix  B 
Tabulated  Data 


Series        Specimen  No's.         Run      phhhe  9  9  9  h, 

.  .  ,    ,     ,  J     .  J  c  c        1  2  ss  "mo  ss  mo  ad. 

No.       hot  side/cold  side  No. 


5 

241 

3620 

20000 

19300 

26 

1 

23.3 

26.6 

24.7 

6 

76 

1130 

6810 

10400 

49 

4 

49.4 

44.5 

39.7 

3/4 

7 

138 

2200 

11200 

18300 

36 

4 

33.9 

35.3 

31.0 

17000 

8 

345 

6300 

26000 

27800 

20 

8 

13.6 

21.7 

16.0 

1 

221 

516 

* 

19800 

167 

5 

70.7 

164.5 

65.8 

4/5 

9 

48 10 

4840 

245 

0 

224  0 

Q  S  R 
^  J  .  o 

28400 

5 

3 

138 

273 

* 

35700 

181 

0 

101.7 

182.0 

105.5 

4 

331 

499 

9680 

54500 

148 

1 

72.6 

136.5 

67.8 

1 

221 

726 

9490 

12800 

82 

8 

114.3 

77.4 

103.5 

2 

857 

10000 

19 100 

79 

9 

106 . 5 

77  7 
flit 

101  5 

3 

442 

999 

12500 

28600 

75 

0 

77.5 

11  .1 

79.3 

3 

4/7 

4 

538 

1630 

14800 

24200 

64 

9 

73.6 

66.3 

75.5 

17000 

5 

152 

692 

6200 

35200 

99 

7 

135.5 

101.0 

129.0 

6 

200 

3830 

12000 

17700 

59 

1 

53.2 

58. 1 

51.1 

7 

35 

2460 

4960 

28100 

74 

7 

67.8 

69.5 

52.3 

1 

97 

908 

8180 

7860 

83 

2 

111.3 

73,6 

93.8 

2 

207 

1250 

10400 

13500 

74 

5 

92.9 

71.4 

85.  1 

4/7A 

3 

365 

1950 

* 

32300 

66 

8 

67.8 

66.8 

72.5 

17000 

4 

524 

2870 

13400 

36200 

59 

1 

60.0 

62.1 

62.9 

3 

152 

579 

5400 

6030 

126 

7 

None 

105 . 5 

None 

4 

248 

664 

6720 

6400 

122 

0 

None 

104.5 

None 

4 

7A/4 

5 

379 

1110 

8270 

17000 

98 

7 

None 

95.3 

None 

14200 

6 

1330 

5670 

17600 

29600 

,70 

2 

None 

74.5 

None 

7 

490 

1660 

9710 

19400 

89 

0 

None 

89.1 

None 

1 

131 

817 

5750 

7980 

72 

1 

None 

62.8 

None 

2 

214 

1430 

8050 

13600 

58 

1 

None 

54.8 

None 

2 

9/4 

3 

317 

1940 

9540 

20500 

54 

2 

None 

53.4 

None 

14200 

4 

435 

1130 

12000 

15700 

52 

3 

None 

53.2 

None 

5 

765 

2620 

14500 

24500 

43. 

6 

None 

46.5 

None 

p    =  contact  pressure  (kN/m  ) 

c  2 
h    =  interface  conductance  (kw/m  -deg) 

hj^  =  hot  end  conductance  " 

h^  =  cold  end  conductance  " 


^ss 
mo 


time  to  reach  steady  state  (sec) 
time  of  maximum  overshoot  " 


Primes  indicate  adiusted  times  for  h  =h„=h  , 

1     2     ad . 


No  value. 


795 


796 


o 
(1) 


CO 

(I) 
0 


80 


60- 


40 


Theoretical' 


Series  2  Figure  A.     Time  to  approach  steady  state 

versus  interface  contace  conductance  for 
series  2,  with  hi     h2     14,200  kw/m^-deg. 
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Figure  5,     Time  to  approach  steady  state 
versus  interface  contact  conductance  for 
series  3,  with  hj^  h2    17,000  kw/m  -deg. 
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Figure  6.     Time  to  approach  steady  state 
versus  interface  contact  conductance  for 


series  4,  with 


14,200  kw/m^-deg. 
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Figure  7.     Time  to  approach  steady  state 
versus  interface  contact  conductance  for 
series  5,  with  hi    h2    28,400  kw/m^-deg. 
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Figure  8.     Time  of  r.iaximum  overshoot  in 
interface  contact  temperature  drop  versus 
interface  contact  conductance  for  series  3, 
with  hi  17,000  kw/m2-deg. 
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Figure  10.    Time  of  maximum  overshoot  in 
interface  contact  temperature  drop  versus 
interface  contact  conductance  for  series  5, 
with  hi    h2    28,400  kw/m^-deg. 
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